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Foreword 


RESNA  is  an  interdisciplinary  association  for  the  advancement  of  rehabilitation  and 
assistive  technology.  Its  members  includes  consumers,  engineers,  scientists, 
physicians,  orthotists,  prosthetists,  therapists,  technicians,  special  education, 
vocational  rehabilitation  coimdlors,  manufacturers,  suppliers,  administrators  and 
others  concerned  with  the  development  and  provision  of  assistive  technology.  The 
RESNA  International  '92  Conference  and  these  proceedings  are  a  reflection  of  our 
continuing  co.-nmitment  to  provide  a  variety  of  fonmts  through  which  individuals 
meet  and  exchange  current  information  in  the  field. 

This  year's  theme,  'Technology  for  Consumers,"  is  promoting  the  application  of 
technology  in  employment,  education,  and  independent  living  of  people  with 
disabilities.  After  twelve  years,  the  conference  has  returned  to  Toronto,  the  place  of 
origin  of  the  Passing  of  The  Hat  ceremony  and  the  first  international  conference. 
Once  again  our  meeting  in  Canada  has  brought  together  a  large  number  of 
professionals,  products  and  service  ideas  from  around  the  world. 

Towering  Achievements  are  consistently  needed  for  the  consumers  that  all 
professionals  in  the  field  strive  to  serve.  These  proceedings  are  comprised  of  228 
papers  submitted  by  authors  representing  over  a  dozen  countries.  They  reflect  the 
progress  in  the  past  year  of  numerous  facets  of  rehabilitation  and  assistive 
technology.  As  with  previous  proceedings  they  provide  a  rich  source  of  valuable  and 
current  information  about  developments  in  the  field.  This  year's  proceedings  have 
been  further  enriched  by  increased  international  participation. 

As  in  the  past,  our  conference  creates  an  opportunity  to  revitalize  our  commitment, 
share  ideas,  renew  friendships,  and  add  faces  to  familiar  names.  On  behalf  of  the 
organizers  of  this  year's  conference  and  the  RESNA  Board  of  Directors  we  extend  a 
warm  welcome  to  Toronto.  Work,  enjoy,  return  home  safely,  and  plan  on  being  with 
us  next  June  25-30  in  Las  Vegas! 

Douglas  A.  Hobson,  Ph.D. 
President 

Stephen  Naumann,  Ph.D. 

Morris  (Mickey)  Milner,  Ph.D. 

RESNA  Intel  national  '92  Conference  Co-Chairs 


Preface 


Welcome  to  RESNA  International  '92  'Technology  for  Consumers."  We  have  come 
together  from  around  the  world  to  share  information  concerning  assistive  technology 
for  empowering  people  with  disabilities.  The  focus  of  consumer  involvement  will 
be  apparent  throughout  this  conference. 

The  Meetings  Committee,  chaired  by  Don  McNeal,  developed  some  new  ideas  based 
on  suggestions  from  the  membership  and  Board  of  Directors,  while  keeping  witii 
traditions  tiiat  have  become  a  valued  part  of  ti\e  RESNA  Conference.  Don,  aware  of 
the  needs  to  change  the  conference  program  brochure  for  easier  reading,  designed 
a  larger  layout  and  user-friendly  day-at-a-glanoe  insert 

The  SIGs  and  other  groups  were  provided  with  time  and  space  to  creatively  come 
up  with  tixeir  own  fonxiat  for  meeting  tiieir  members'  needs.  Along  with  time 
allotted  for  platform  and  poster  presentations,  a  record  number  of  special  sessions 
were  requested.  These  special  session  vary  from  lecture,  round-table  discussions, 
show-and-tell,  lunAes,  issue-based  dialogues,  and  debates,  to  otiier  forums  for 
allowing  members  to  meet  for  information  exchange,  see  old  friends,  and  make  new 
ones.  Co-sponsored  SIG  activities  have  also  been  added  to  tiiis  year's  agenda.  Many 
thanks  to  all  of  you  who  were  involved  in  the  efforts  to  bring  these  ideas  to  fruition. 

The  Quality  Assurance  Committee  is  beginning  to  take  steps  for  defining  and 
credentialling  professionals  in  assistive  technology.  Conference  participants  will  have 
the  opportunity  to  partake  in  this  endeavor  and  are  encouraged  to  come  to  the 
meeting. 

The  Local  Committee,  co-chaired  by  Steve  Naumann  and  Mickey  Milner,  have  added 
an  international  flavor  to  ihe  conference  while  providing  us  with  a  taste  of  tiie 
beautiful  dty  of  Toronto.  Credit  must  be  given  to  this  industrious  committee  for 
their  efforts  in  bringing  in  professionals  from  around  the  world  to  speak  during  four 
exciting  international  symposia.  The  committee  also  added  consumer  involvement 
to  the  platform  presentations,  asking  individuals  to  act  as  co-chairs  of  the  sessions. 

I  would  especially  like  to  ti^ank  Susan  Leone  and  the  RESNA  staff  for  their  year-long 
diligence  in  integrating  the  tasks  of  the  Meetings  Committee  and  making  this  onoe 
again  the  distinguished  conference  it  is  known  for. 

Jessica  J  Presperin,  OTR/L,  MBA 
Chair,  Scientific  Program 
and  Special  Interest  Groups  Program 
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Clinical  Evaluation  of  a  Multifunctional  Hand  Prosthesis 


Yves  Lozach,  Sheroo  Madon 
Institut  de  RSadaptation  de  Montreal 
Quebec,  Canada 


Abstract 

A  multifunctional  hand  prosthesis  designed 
around  a  new  prehension  geometry  has 
been  developed.  With  the  objective  to 
validate  the  prehension  geometry  six 
prototypes  have  been  produced  and  tested 
by  four  amputees.  To  detemilne  the 
outcome  of  the  dlnlcal  evaluation  a  protocol 
comprising  a  selection  questionnaire,  and  a 
functional  evaluation  procedure  has  been 
designed  and  used. 


Introduction 

A  multifunctional  hand  prosthesis  provered  from  a 
single  motor  contained  within  the  palm  and 
designed  tiround  a  new  prehension  geometry  has 
been  produced.  The  geometry  and  the  hand 
functional  characteristics  are  described  In 
previously  published  papers  (1)  (2)  and  will  not  be 
discussed  here.  Tliey  may,  however,  be 
summarized  as  follows  :  Based  on  the  results  of 
etgonomic  analysis  of  prehension  (3)  and  on 
previous  worts  with  prehension  orthoses,  the 
geometry  and  the  architecture  of  the  hand 
prosthesis  has  been  chosen  to  reproduce  the  most 
essential  opposition  movements  of  the  thumb  and 
some  specifics  prehension  patlems.  Designed 
v^ith  the  aid  of  a  3D  computer  program  (4)  this 
anthropomorphic  hand  prosthesis  consists  of  fours 
fingers  and  a  thumb,  each  mobilized  at  the  level  of 
two  Joints.  These  fingers  are  adaptive  i,e  each 
one,  conforms  to  the  shape  of  the  object  and 
undergoes  passive  flexion  when  pushed  by  an 
external  force.  Two  planes  of  mobilization  at  level 
of  the  carpo-metacarpal  joint  enable  the  thumb  to 
perfomi  tridlgltal  prehension  with  an  oblique  plane 
of  flexion  and  when  externally  rotated  lateral 
prehension  (see  figure  1  and  2).  Moreover, 
because  the  thumb's  plane  of  flexion  Is  oblique, 
the  hand  is  also  ergonomically  well  adapted  for  the 
cylindrical,  spherical  and  hook  grasping  pattems. 

Clinical  evaluation  -  Methodology 

With  the  objective  of  validating  the  pattem  of 
prehension  of  the  new  hand  prosthesis,  four  users 
of  a  foreami  myoelectric  prothesis  have  been 
equipped  with  our  new  hand  and  have  wom  it  for 
a  period  ranging  from  4  months  to  18  months. 
Three  were  tested  at  the  Institut  de  RSadaptation 


de  Montreal  and  one  at  Hugh  MacMillan  medical 
centre  of  Toronto.  The  methodology  used  has 
been  based  on  a  comparative  analysis  of  the 
d\nr^\  perfomiance  between  a  traditional  hand 
prosthesis,  namely  the  Otto  bock  myoelectric  hand 
prosthesis,  and  our  hand  prosthesis.  This  kind  of 
approach  implies  that  each  potential  candidate  is 
an  experienced  and  extensive  user  of  the 
myoelectric  prothesis.  It  also  demands  from  each 
one  an  active  participation  in  the  project  and  ability 
to  readjust  rapidly  to  different  pattems  of 
prehension.  With  these  Implications  In  mind,  an 
evaluation  protocol  was  desnj.ied  which  comprises: 
a  selection  questionnaire  that  alms  of  at 
detemilning  the  profile  of  each  user.  And,  a 
functional  evaluation  procedure  which  follows  the 
fitting  and  the  use  of  the  new  prosthesis  for  a 
period  of  a  least  three  months.  This  evaluation 
calls  upon  the  participation  of  both  the 
occupational  therapist  and  the  user  to  analyse  the 
function  and  perfomiance  related  to  two  domains 
of  activities;  these  are: 


Fig.  1  and  2  Views  of  the  two  complementary 
pattems  of  prehension 
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Evaluation  of  a  Hand  Prosthesis 


1 .  Tiie  administration  of  two  functional  tests  with 
both  prosthetic  hand.  These  tests  are  :  "The 
upper  extremity  function  test"  by  Carroll  and  the 
two  first  tests  of  "The  Minnesota  rate  of 
Manipulation  Test".  These  functional  tests 
which  have  been  created  to  measure  manual 
dexterity  have  not  been  designed  to  evaluate  a 
prosthetic  hand;  however,  we  have  included 
them  In  our  evaluation  protocol  in  an  attempt  to 
further  estimate  the  overall  function  of  the  upper 
arm  and  the  relative  amount  of  compensatory 
movements  required  for  each  test. 

2.  The  activities  of  daily  living  as  experienced  by 
each  user.  The  evaluation  will  here  call  upon  a 
post-wearing  questionnaire  which  includes 
subjective  as  well  as  objective  data  on  the  use 
of  the  prosthesis.  The  questionnaire  is  divided 
in  three  parts  aiming  to  identify  and  analyze  the 
functional  gains  and  the  problems  experienced 
during  these  activities.  The  first  part  of 
questionnaire  is  a  guiding  list  of  activities  that 
the  unilateral  upper  limb  amputee  performs  and 
which  generally  require  the  use  of  a  hand 
prosthesis.  From  this  list,  each  candidate 
selects  the  activities  that  concern  him  and  gives 
them  a  performance  score  related  to  the  amount 
of  difficulty  encountered.  The  second  and  third 
part  of  the  questionnai.e  refers  to  the 
experience  acquired  with  the  new  hand 
prosthesis  and  to  the  comparative  analysis  of 
the  overall  performances  with  each  prosthesis. 

Results 

Together,  with  the  clinical  evaluation,  we  have  also 
proceeded  with  a  laboratory  technical  evaluation 
which  relates  to  the  measurement  of  technical 
characteristics  and  the  verification  of  the 
prehension  geometry  and  functional  behaviour  of 
the  prosthesis,  tbieasured  without  the  glove,  they 
can  be  summarized  as  follows  : 

-  Weight  of  the  and  prosthesis  and 
passive  wrist  540  g 

-  Maximum  opening  between  the  thumb 
and  the  middle  finger  tips  9  cm 

-  Closing  time  for  the  tridlgitai  pinch     0.8  sec 

-  Closing  time  for  the  fist  pattern         1 .2  sec 

-  Maximum  prehension  force  at  the  finger 
tips  in  the  tridlgitai  mode  45  N 

Taken  without  the  glove,  these  measurements 
meet  the  specified  values.  However  taken  with  a 
commercially  available  glove  insufficiently  adapted 
to  the  morphology  and  the  dimensions  of  the  new 
hand  prosthesis,  some  of  these  .specifications, 
such  as  the  maximum  opening  range  and  the 
closing  and  opening  time  of  the  fingers  have  not 
been  met. 


These  weaknesses  and  the  need  to  further 
improve  the  design  and  the  long  term  reliability 
have  also  been  conflrmed  by  the  clinical 
evaluation.  In  spite  of  the  limited  number  of 
candidates  tested,  the  following  functional 
advantages  were  identified: 

-  For  several  activities,  it  reduces  the  use  of  arm 
and  body  compensatory  movements  during  both 
the  approach  and  utilisation  phases  of 
prehension. 

-  In  many  situations,  it  allows  a  better  orientation 
of  the  object  held  for  use. 

-  it  greatly  improves  the  object  visibility,  the 
prehension  cosmesls  and  the  grip  stability, 
particularly  for  large  objects. 

The  evaluation  has  also  stressed  the  great 
usefulness  of  the  lateral  grip  and  its  high  level  of 
complementarity  with  the  tridigital  prehension 
pattem.  Furthermore,  besides  the  possibility  of 
achieving  different  grasping  functions  In  both  the 
tridigital  and  the  lateral  modes,  the  outcome  of  the 
evaluation  has  shown  that  these  grasping  functions 
can  also  be  locked  by  passively  flexing  the  fingers 
around  the  object  while  the  thumb  Is  mobilized  by 
the  motor.  This  locking  feature  Is  particulariy 
useful  for  activities  such  as  :  holding  a  handle  and 
carrying  a  suit-case. 

We  have  noted  the  following  modifications  which 
have  been  Identified  or  suggested  by  the 
evaluators. 

-  To  reduce  the  size  and  the  width  of  the  hand  as 
this  will  improve  the  hand  function  and 
cosmesls. 

-  To  shorten  the  length  of  thumb  in  order  to  refine 
and  increase  the  effldency  of  the  lateral  grip. 

-  To  decrease  the  protuberance  at  the  base  of 
the  thumb. 

-  To  Increase  the  number  of  indexed  positions  of 
the  thumb  In  Its  plane  of  rotation  as  this  will 
increase  the  diversity  and  the  number  of  the 
prehension  patterns  available 

-  To  provide  a  wrist  unit  with  at  least  two  indexed 
flexion  postures  as  this  will  further  decrease  the 
need  of  arm  and  body  compensatory 
movements. 

Conclusion 

A  multlfuntionai  and  adaptive  hand  prosthesis  has 
been  produced  and  used  to  test  our  prehension 
hypothesis.  In  spite  of  the  limited  member  of 
candidates  the  results  have  shown  the  potential 
and  some  functional  ad/antages  of  the  new 
prehension  geometry.  However,  geometrical 
refinements  and  design  Improvements  are  still 
needed  In  order  to  fully  meet  the  specifications  and 
the  long  term  reliabilliy. 
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USING  THE  EXOS  HANDMASTER  TO  MEASURE  DIGITAL  RANGE  OF.MOnON 


'cT u"^  ^  ^  P^t*"**  BSC  CmC)  and  J  Sampalis"  Pb.D 

School  of  Physical  and  Occupational  Therapy,  McGill  University,  •  Jewish 
Rehabilitation  Hospital  and     Royal  Victoria  Hospital,  Montreal,  Canada 


Clinicians  involved  with  the  assessment  of  ii^ured 
workers  arc  regularly  called  upon  to  evaluate  the 
progress  of  the  client's  rehabilitation  program  and  to 
determine  his  or  her  readiness  to  return  to  work. 
When  necessary,  they  are  also  required  to  evaluate 
their  permanent  or  partial  incapacity  in  order  to 
help  determine  eventual  financial  compensation  and 
need  for  vocational  retraining.  This  evaluation 
includes  measures  of  range  of  motion  and  sensation 
as  well  as  observations  related  to  the  loss  of  limbs, 
hypersensitivity  and  cosmesis.  The  clinician's  goal 
is  to  discharge  clients  from  therapy  when  the  clinical 
evaluation  demonstrates  that  they  are  capable  of 
returning  to  their  previous  employment  or  that  they 
are  in  need  of  vocational  ret-aining. 

Unfortunately,  determination  of  the  time  of  optimal 
discharge  appears  to  confounded  by  the 
questionable  reliability  and  validity  of  some  of  the 
clinical  measures.  Goniometiy,  one  of  the  primary 
measures  of  hand  function,  involves  the 
measurement  of  joint  range  of  motion  with  a  metal 
or  plastic  protractor-like  instrument.  Goniometry  is 
most  suited  to  the  measurement  of  passive  and 
active  joint  range  of  motion  under  conditions  that 
entail  static,  non-functional  movements.  This  is 
clearly  a  significant  limitation  since  the  hands 
engage  primarily  in  complex,  dynamic  tasks.  There 
appear  to  be  two  mi^or  issues  are  of  concern.  First, 
standard  goniometric  records  are  obtained  on 
individual  joints  which  may  be  placed  in 
mechanically  advantageous  positions  that  do  not 
reflect  their  tme  capacity  to  perform  functional 
tasks.  This  may  result  in  an  unduly  large  range  of 
motion  and  a  premature  recommendation  for  return 
to  work.  Second,  clienta,  aware  of  the  significance  of 
the  hand  assessment,  may  generate  less  than  their 
actual  active  range  of  motion  thereby  increasing  the 
time  spent  in  therapy,  the  days  away  from  work  and 
the  cost  to  Worker's  Compensation.  Clinicians  try  to 
avoid  these  problems  by  carrying  out  total  active 
movement  hand  assessments  but  these  produce  only 
estimates  of  range  of  motion. 

It  is  suggested  that  the  use  of  the  Exos  Handmaster, 
an  instrumented  exoskeleton  designed  to  measure 
angular  joint  rotation  of  the  metacarpo-phalangeal 
and  interphalangeal  joints,  will  resolve  these 
problems  since  (1)  it  permite  the  simultaneous 
measurement  of  all  joi  nts  under  dynamic,  functional 
conditions  and  (2)  ite  use  can  be  integrated  into  the 
cliente" ,  therapy  routine  so  that  repetitive  and 
realistic  performance  evaluations  can  be  achieved. 


The  objective  of  this  research  was  to  investigate  the 
clinical  feasibility  of  using  the  EXOS  Handmaster  to 
measure  angular  joint  rotation  of  the  digito.  The 
work  reported  in  this  paper  includes  a  brief 
description  of  modifications  to  the  fixation  technique 
used  to  apply  th«  Handmaster  and  the  resulto  of  an 
investigation  of  the  unit's  reliability  and  validity. 

METHODS 
Attachment  Technique 

The  Exos  Handmaster  is  a  low  mass  (<  250  gm). 
Hall-effect  instrumented  exoskeleton  designed  to 
measure  angular  joint  rotation  of  the  distal  (DIP) 
and  proximal  (PIP)  interphalangeal  jointo  and  both 
sagittal  and  coronal  plane  motion  at  the  metacarpo- 
phalangeal jointa  (MOP)  (Marcus  and  Churchill, 
1988,  The  2nd  Annual  Space  Automation  and 
Robotics  Workshop  held  at  Wright  State  University). 
The  unit  is  capable  of  recordng  these  data 
simultaneously  for  the  thumb  and  any  other  two 
digits.  The  original  unit  consisted  of  a  vnist 
connection  assembly,  stainless  steel  backplate  and 
finger  linkages. 

Experience  with  the  original  Handmaster  fixation  in 
our  own  laboratory  revealed  a  number  of  problems 
with  the  standard  attachment  technique.  Subjects 
were  uncomfortable  when  the  velcro  straps  were 
secured  to  the  digits.  Complaints  ranged  from 
diminished  blood  circulation  to  blocking  of  sensation 
in  the  finger  pads.  Moreover,  the  unit  did  not 
appear  to  remain  well  placed  on  the  dorsal  surface. 
These  concerns  motivated  us  to  make  a  mtyor 
change  to  the  attachment  procedure  which  included 
replacement  of  the  stainless  steel  backplate  with 
customized  thermoplastic  molds,  modification  of  the 
shape  of  the  black  hoods  and  the  use  of  skin 
adhesives  instead  of  velcro  straps. 


Reliability  and  Validity  Study 

Eight  adult  subjects  (five  females  and  three  males 
aged  21  to  38  years)  with  no  known  history  of 
orthopedic  hand  dysfunction  participated  in  this 
study.  Subjects  were  selected  to  represent  a  range 
of  anthropometric  values. 


IM^ltal  Range  of  Motion 


Subjects  participsted  in  one  30  minute  preparatory 
and  tvro  90  minute  experietntnal  seosionB.  Each 
Biibject  underwent  ovaluationB  at  six  different 
positions  for  the  MCP,  DIP,  and  PIP  joints  and  a 
marimum  of  four  positions  for  MCP  ulnar-radial 
deviation.  A  total  of  159  observations  were  collected. 
For  every  joint  and  position  combination,  the 
measurements  of  range  of  motion  were  performed 
twice  using  the  goniometer  and  then  twice  again 
using  the  handmaster. 

All  goniometric  and  Handmaster  range  of  motion 
assessments  were  made  by  the  same  examiner,  an 
occupational  therapist  with  14  years  experience, 
with  the  last  6  years  specializing  in  hand  therapy. 
The  Handmaster  data  were  sampled  at  100  Hr  via 
a  16  channel  A/D  converter  installed  in  a  PC-AT 
compatible  computer. 

Descriptive  statistics  were  calculated  separately  for 
the  ROM  measures  obtained  using  the  goniometer 
and  the  Handmaster  by  joint  and  visit.  Means  and 
96%  confidence  intervals  for  the  difference  between 
goniometer  and  Handmaster  measures  at  each  tat 
session  were  also  tabulated.  Test-retest  reliability 
was  assessed  by  two  methods.  First,  by  using 
correlation  analysis  and  comparison  of  means  for  the 
measures  obtained  at  the  two  visits.  The  second 
method  involved  the  calculation  of  intra-class 
correiation  coefficients.  This  statistic  provided  a 
comparative  evalution  between  the  variation  in 
outcome  due  to  the  subjects  with  that  due  to  the 
intervention.  Concurrent  construct  validity  of  the 
Handmaster  was  assessed  by  comparing  the 
measures  obtained  using  the  Handmaster  with  those 
obtained  using  the  goniometer.  The  same  statistical 
methods  as  those  used  for  the  assessment  of  test- 
retest  reliability  were  used  for  this  validity 
evaluation. 


RESULTS 
Test-Retest  Reliability 

The  data  in  Table  I  show  the  correlation  coefficients 
for  the  test-retest  measurements  obtained  separately 
for  the  goniometer  and  the  Handmaster.  These  data 
show  that  the  correlation  coefiicients  were  high  and 
statistically  significant  (p«0.001)  for  both  the 
goniometer  and  the  Handmaster.  Therefore  there  is 
a  strong  linear  association  between  the 
measuremento  obtained  at  different  times  with  both 
of  these  instruments. 

The  data  in  Table  II  describe  the  mensurempnta 
obtained  by  the  goniometer  and  the  Handmaster 
during  the  test  and  pre- test  assessments.  These  data 
show  that  the  mean  difference  for  the  goniometer 
test-retest  measures  was  significant  using  a  paired 
t-test  analysis  but  is  not  clinically  important.  The 
test-retest  difference  for  the  Handmaster  was 
clinically  and  statistically  non-significant. 


Table  1:  Correlational  Analysis  for 
Test-Retest  Reliability 


Goniometer 

Handmaster 

N 

169 

166 

Pearson 

Correlation 

0.98 

0.93 

Coefficient 

P 

0.001 

0.001 

Table  2:  Description  of  Measurements  (in  degrees) 


•cfoniometer   Handmaster    G  -  H 
(G)  (H) 


Test 

N  169  166  166 

Mean     36.1  43.1  7.2** 

SD  22.4  24.9  11.5 

Range  2-97  1-116 

Retest 

N  159  146  146 

Mean     36.1  44.3  -6.9»* 

SD  22.6  25.6  11.7 


Range   2-94  1-110 

Test-Retest 

N       169  142 

Mean    -0.8*  0.46 

SD      4.0  9.1 

•  p<0.001 
p<0.0001 


Finally,  intra-class  correlation  coefficients  for  the 
test-retest  measures  obtained  by  the  goniometer  and 
the  Handmaster  were  0.98  and  0.99  respectively. 
Both  of  these  values  were  stasitically  significant 
(p<0.0001). 

Concurrent  Construct  Validity  of  the  Handmaster 

The  data  in  Table  III  show  the  correlation  analysis 
for  the  measurements  obtained  using  the  goniometer 
and  the  Handmaster.  These  results  show  that  the 
measurements  obtained  by  these  two  methods  had  a 
high  and  statistically  significant  (p<0.001)  linear 
association. 
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Table  3:     Correlational  Analysis  for  Construct 
Validity  of  EXOS  Handmaster 


N 

Pearson 

P 

Correlation 

Coefficient 

Test 

165 

0.89 

0.0001 

Retest 

146 

0.94 

0.0001 

The  results  in  Table  II  show  that  the  mean 
difference  between  the  measurements  obtained  with 
the  goniometer  and  the  handmaster  was  staistically 
significant  for  both  the  test  and  re-test  assessment, 
with  the  mean  Handmaster  measurement  Seing 
higher  than  the  mean  goniometer  measurement. 

Intraclass  correlation  coefficients  for  the  outcomes 
produced  by  the  goniometer  and  the  handmaster  for 
the  test  and  re-test  assessment  were  0.96  and  0.96 
respectively.  The  intraclass  correlation  coefficient  for 
both  the  test  and  re-test  assessments  was  0.95.  All 
were  statistically  significant  (p<0.0001) 


Conclusions 

These  results  have  shown  that  both  the  goniometer 
and  the  Handmaster  have  strong  test-reteat 
reliablity.  Moreover,  the  data,  in  particular  the  fact 
that  the  measurements  obtained  with  the 
Handmaster  had  a  large  mean  and  a  wider  range, 
suggest  that  the  Handmaster  is  a  more  oensitive 
instrument  as  compared  to  the  goniometer.  Studies 
using  the  Handmaster  to  identify  digit  kinematics 
during  dynamic  functional  tasks  are  currently  in 
progress. 
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Abstract 

The  outpuis  from  a  PSCAW  sen  nr  array  were  recorded  during 
four  vertical  cyclic  loads  of  :5.  50.  75.  iind  3()0  pounds 
applied  over  an  area  of  0.5  ;quare  inches.  There  was  a 
hysteresis  of  approximately  10'.  ■  below  50  pounds  of  force, 
and  a  maximal  difference  of  approximately  ±20^^  at  100 
pounds.  Above  150  pounds,  the  o  itput  tends  to  flatten  out. 


Introduction 

rhe  FSCAN  (Tekscan  Inc..  MA)  is  a  computer  based  system 
currently  used  to  evaluate  the  force  and  pressure  distribution 
in  the  feet.  The  sensor  has  an  anay  of  <.'60  transducers  spaced 
0.1  inches  apart  and  is  fabricated  on  a  flexible  thm  printed 
circuit  with  a  mylar  substrate,  llie  purpose  of  this  study  was  to 
as,sess  the  force  and  pressure  responses  of  the  system  under 
different  loading  conditions.  Two  questions  were  addressed- 
!s  there  a  hysteresis  associated  with  the  measurements  iind  is 
the  response  of  the  system  linear? 

Maaiej.  et  al  [1|  used  Interlink  sensors  to  evaluate  pressures, 
but  there  was  evidence  of  signiticant  hysteresis  and  non- 
linearity.  Tekscan  reports  that  their  system  exhibits  a 
hysteresis  ot  10<7r.  a  linearity  of  5'/,.  for  "up"  values,  and  a 
creep  of  lO'/r.  They  a-port  a  need  for  sensor  "conditioning", 
which  requires  at  least  12  cycles  of  giut  in  order  to  prevent 
changes  in  tlie  calibration  due  to  use  I  his  investigation 
addresses  (he  questions  on  linearity  and  hysteresis,  as  well  as 
related  issues  on  cTeep.  repeauibility.  viinability.  and 
conditioning,  by  comparing  sequential  l(>;id  ineasuicments 
taken  with  (he  1  .SCAN  fiKit  sensor  system. 

Methods  and  Materials 

I'orce  and  pressure-  readings  were  recorded  using  (he  1  .SCAN 
System.  A  conditioned  fixit  sensor  was  used  tor  testing  anil 
each  loading  occurred  in  llic  s;mie  region  on  the  sensor 
Conditioning  was  executed  by  repeatedly  loading  the  sensor 
lor  at  least  20  times  with  verucal  pressures  ol  at  least  25  psi 
lo  ensure  only  vertical  loading,  a  recwngular  box  was 
constructed  to  house  the  sensor  during  loading  and  to  support 
an  upright  pole  with  a  loading  platform  lor  weights  At  the 
sensor  end.  a  circular  square  piece  of  metal  was  used  as  an 
actuator,  to  transniil  the  torce  trom  the  weigiils  to  the  sensor. 
The  touil  area  of  tlie  actuator  was  0.5  square  inches  and  its  Hat 
surface  was  covered  with  Johnson  &  Johnson  s  mole  skin  tape, 
typically  used  to  cover  casts 

In  onler  to  assess  the  question  ol  liysieresis.  two  tests  wi-ro 
perlormcd  In  the  first,  the  sensor  was  loaded  to  MK)  pounds, 
then  unloaded  Ihis  weight  was  chosen  to  represent  ■>()'  .  ol 
matinnini  loading  capacity,  specified  al  1500  psi  I  wo 
recordings  were  liikeii  one  immediately  after  loading  and  the 
othei.  one  iniiuitc  later  I  liis  lest  was  ixTlomied  again  lo 
establish  repeatability  In  the  second  lest,  the  sensor  was 
scquenluilly  loiided  to  2'>  potmds  then  unloaded  back  to  zero 


This  cycle  was  repeated  for  weights  of  50.  75  and  100  pounds. 

Ihe  remainder  of  the'  tests  evaluated  sensor-to-sensor 
variability  and  conditioning  effect.  Tc  determine  conditioning, 
a  new  sensor  was  loaded  20  times  with  a  25  pound  weight. 
Measurements  were  recorded  after  the  load  was  applied  tor 
one  minute.  The  outputs  from  two  conditioned  sensors  were 
recorded  and  compared. 

Results 

The  results  are  reported  in  terms  of  force.  The  pressure  varied 
m  direct  proportion  to  the  force  because  the  same  loading  area 
was  used  throughout  the  study. 

l  igurc  1  shows  the  sensor  response  to  the  cyclic  loadings. 
There  is  a  moderate  non-linearity  evident,  as  well  as  a  slight 
hysteresis.  In  figure  2,  which  shows  loads  up  to  .300  pounds, 
tlie  non-linearity  is  far  more  significant.  It  is  also  shown  that 
there  is  no  significant  difference  in  sensor  repeatability. 

The  iverage  value  for  the  new  sensor  after  20  repetitive 
loadings  with  a  25  pound  weight  was  22.0  potjnds.  The 
average  value  for  another  conditioned  sensor  was  13.0 
pounds,  which  reflects  a  constant  difference  in  calibration 
iK'tween  sensors.  There  was  no  significant  change  with 
repeated  loadings.  The  average  force  of  the  first  five  loadings 
ol  the  new  sensor  was  23.0  pounds  and  the  average  force  of 
llie  last  live  repetitions  was  22.0  piiunds 


Hysteresis  Curves  for  FSCAN 


Hgurf  1.  1  orce  \aliies  lor  cyclic  loadings  ot  2'>.  50.  75.  and 
10(1  pounds,  using  an  acliialor  with  an  area  ol  0  5  square 
Indies 
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Accuracy  of  the  FSCAN  System 


Hysteresis  Curves  for  FSCAN  i 
Repeatability  Test 


0      JO      M      M     120    190    lao    210    240    270  900 


True  Force  (lbs.) 


Figure  2.  Force  values  for  a  cyclic  loading  of  3(X)  poumls. 
conducted  twice. 


Discussion 

Although  Tekscan  reports  a  linearity  of  5'/f  for  "up"  values, 
this  study  shows  a  greater  difference  in  linearity  through 
c.-Uibration  with  individual  sensors.  A  different  calibration 
system  has  been  recently  installed  by  Tekscan  (January  42). 
but  has  not  yet  been  tested  by  this  research  group. 

The  hysteresis  reported  in  this  study  falls  wiUiin  range  l  HW, ) 
for  loading  below  .SO  pounds,  but  has  a  maximal  value  of 
approximately  ±20%  at  1(X)  pounds.  This  evidence  of  non- 
linearity  and  hysteresis  is  consistent  with  die  results  reported 
by  Maalejin,  for  the  Interlink  sensors.  Although  Uiese  results 
.show  mixlerate  hysteresis,  they  probably  do  not  coniribule  id 
serious  error  in  normal  clinical  use 
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ABSTRACT 

This  paper  will  describe  the  design  of  a  new 
measurement  system  which  synchronizes  electro- 
myographic (EMG)  waveforms  and /or  ground  reaction 
force  vectors  with  video  of  a  walking  subject  in  real- 
time. The  overall  system  utilizes  conventional  video 
and  computer  equipment,  a  commercially  available  EMG 
recording  system,  a  three  component  force  platform,  and 
specially  designed  hardware  and  software  to  provide  a 
unique  composite  display  combining  gait  data  with 
video  of  the  subject.  All  data  is  simultaneously  recorded 
to  disk,  so  that  suinmary  reports  of  EMG  and  force 
platform  data  can  be  generated  to  accompany  the  video 
record.  The  system  is  especially  useful  for  teaching  since 
it  presents  estimates  of  EMG  envelopes  and  joint  moments 
in  an  extremely  visual  manner.  This  has  been  found  to  be 
more  readily  understood  by  the  clinician  and  by  all 
students  of  gait  analysis. 


BACKGROUND 

The  clinician  can  choose  from  a  wide  variety  of  measures 
when  evaluating  the  gait  performance  of  a  subject. 
Often,  the  measurements  selected  arc  related  to  the 
understanding  and  interest  of  the  investigator  and  the 
gistical  support  available  (Winter,  1987],  with  the 
greatest  attention  placed  on  the  so  called  "outcome" 
measures"  (e.g.  kinematics,  stride  length,  cadence, 
ground  reaction  forces).  These  measures  are  useful  for 
quantifying  overall  gait  performance,  but  unfortunately 
reflect  the  result  of  many  integrated  output  effects. 
Outcome  measures  alone  will  not  permit  identification  of 
the  primary  cause  of  a  gait  deviation. 

In  order  to  address  the  fundamental  cause  of  a  particular 
gait  abnormality,  attention  must  also  be  given  to  those 
measures  which  describe  the  action  of  the  muscles  and 
their  ability  to  produce  appropriate  levels  of  torque 
about  each  joint  of  the  support  limb.  It  has  been  shown, 
however,  that  both  EMG  patterns  lArsenault  et.  al., 
19861  and  joint  moments  during  stance  [Winter,  1984]  arc 
highly  variable,  especially  in  subjects  whose  gait 
pathology  is  the  result  of  a  CNS  disturbance  such  as 
stroke  or  head  injury,  or  musculoskeletal  alterations 
associated  with  amputation  or  joint  surgery  [Winter, 
1990].  This  inherent  variability  is  evidence  of  the 
remarkable  adaptability  of  the  neuromuscular  system, 
and  only  by  scrutinizing  the  subtle  interaction  between 
motion,  muscle  activity,  and  joint  torques  can  insight  be 
gained  into  a  complex  gait  problem. 

Since  variations  often  occur  on  a  step  by  step  basis, 
conventional  analytical  techniques  such  as  ensemble 
averaging  may  obscure  important  adaptations  of  the 
CNS  to  a  momentary  disturbance  in  balance,  cadence,  or 


base  of  support.  One  method  for  circumventing  this 
analytical  difficulty  is  to  record  on  a  common  time  base 
measurements  of  motion,  muscle  activity,  and  joint  torque 
in  a  manner  which  maintains  the  inherent  synchrony  of 
each  measurement. 

The  system  described  in  this  paper  attempts  to 
accomplish  this  in  a  highly  graphical  fashion.  The 
approach  uses  video  to  provide  a  common  time  base 
along  with  a  view  of  the  subject's  motion,  while 
overlayed  computer  graphics  provide  real-time 
estimates  of  EMG  envelopes  and  joint  moments.  To 
accommodate  the  rapid  screen  refresh  requirements  of 
real-time  video,  the  joint  moment  descriptions  rely  on  a 
graphical  technique  known  as  "force  line  visualization" 
[Cook  et.  al.,  1979],  where  the  ground  reaction  forces  are 
represented  as  a  resultant  vector  emerging  from  a  point  in 
the  video  field  corresponding  to  the  instantaneous  center 
of  pressure.  The  current  design  expands  on  a  viUeo/EMG 
system  developed  over  ten  years  ago  (Carollo,  1982] 
utilizing  several  updated  measurement  techniques  and 
more  novel  technology. 

RATIONALE 

A  more  graphical  approach  to  the  problem  of  data 
synchronization  was  selected  over  a  si"-  pie  multiplexed 
data  collection  system  after  considering  the  needs  of  the 
principle  end  users  of  the  system;  clinicians  whose 
primary  training  in  gait  analysis  focuses  on  the  visual 
assessment  of  gait.  The  system  developed  can  present 
complex  data  in  a  manner  readily  understandable  to 
individuals  confused  by  conventional  biomechanical 
descriptions,  and  is  accessible  to  anyone  who  can  operate 
a  home  VCR. 

DESIGN 

The  basic  design  consists  of  four  fundamental  subsystems, 
each  of  which  can  be  used  individually  or  in  combination 
with  the  others  (see  figure).  They  are  the  video 
subsystem,  the  EMG  measurement  subsystem,  the  ground 
reaction  force  (GRF)  measurement  subsystem,  and  the 
graphic  overlay  subsystem.  In  the  descriptions  which 
follow,  most  of  the  component  devices  will  be  described 
generically  without  reference  to  a  specific  manufacturer, 
since  in  most  cases  there  is  no  inherent  superiority  of  one 
brand  over  another.  In  those  cases  where  only  one 
manufacturer's  product  can  be  used,  it  will  be  so  noted. 

Video  subsystem 

The  video  subsystem  is  used  to  record  and  playback  the 
movements  of  the  subject  from  the  front,  the  side,  and 
underneath;  the  latter  by  way  of  a  glass  floor  section.  It 
also  provides  a  common  time  base  for  all  other 
measurements,  corresponding  to  the  60  Hz  (16.67  ms) 
vidwi  field  rate.  Three  electronically  shuttered,  CCD, 
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color  video  cameras  with  approximately  700  lines  of 
horizontal  resolution  are  used  to  obtain  high  quality 
images  of  the  subject  while  walking.  Camera  control 
units  for  each  camera  permit  synchronization  of  the 
three  video  signals  in  addition  to  video  setup  and  remote 
selection  of  electronic  shutter  speed.  Video  outputs  from 
each  camera  control  unit  are  routed  to  a  special  effects 
generator  which  permits  selection  of  any  camera  or  a 
split  screen  between  any  two.  The  resulting  composite 
video  is  then  routed  to  a  S-VHS  video  cassette  recorder 
for  initial  data  recording.  Additional  equipment 
includes  an  editing  VCR  to  facilitate  the  reduction  of 
raw  video  to  a  finished  product,  a  character  generator 
for  screen  annotation,  an  assessment  VCR  with  digital 
frame  storage  for  clear  slow-motion  review,  and  several 
color  monitors  for  playbaC;  purposes. 

EMC  measurement  subsv!  'Cin 

Electrochemical  potentijls  associated  with  a  skeletal 
muscle's  contraction  are  detected  using  either  infant  size 
disposable  ECG  electrodes  or  50  micron  platinum  fine 
wire  electrodes  arranged  in  a  bipolar  configuration  along 
the  long  axis  of  the  muscle  to  be  studied.  Each  electrode 
pair  is  connected  to  a  miniature  amplifier/transmitter 
which  provides  wireless  transmission  of  EMC  activity  to 
recording  equipment  a  short  distance  away  from  the 
subject.  Individual  footswitches,  made  from  IntorLink 
Force  Sensitive  Resistors  are  attached  to  the  heel, 
fifth  metatarsal,  first  metatarsal  and  groat  toe  of  both 
feet.  Switch  closure  events  are  encoded  to  resemble  an 
EMC  signal,  so  that  an  available  EMC  channel  can  be 
used  to  transmit  foot/floor  contact  data  to  the  recording 
equipment.  Once  transmitted,  bandpass  filtered  EMC  (30 
-  1500  Hz)  and  decoded  footswitch  data  are  reairded  .U 
3KHz/channoI  using  a  data  acquisition  s)'Stem  ba^ed  on  a 
Dataq  Instruments  CODAS'^^  board  in  a  .3K6  class 
personal  computer.  Special  software  written  in  the  C 
programming  language  controls  data  acquii-ilion,  real- 
time displiy  of  scrolling  EMC  wavefcirmb  and  foots-witih 
events,  and  storage  of  data  to  disk  at  a  total  throughput 


of  30KHz  Although  not  essential  to  the  system 
described  in  this  paper,  the  data  files  produced  can  be 
converted  into  an  appropriate  file  format  so  that  they 
can  be  used  with  commercially  available  EMG  analysis 
software. 

GRF  measurement  subsystem 

Ground  reaction  forces  are  obtained  in  the  conventional 
manner  using  a  glass  top,  three  component  force  platform 
mounted  on  parallel  steel  girders  across  a  five  foot 
camera  pit.  After  signal  conditioning  and  amplification, 
eight  analog  channels  are  recorded  using  a  similar  but 
independent  data  acquisition  system  from  the  one 
described  in  the  previous  section.  Special  software  was 
developed  to  (1)  read  the  eight  analog  force  platform 
channels,  (2)  calculate  the  i  istantaneous  forces  Fx,  Fy, 
and  Fz,  and  coordinates  of  the  center  of  pressure,  ax  and 
ay,  (3)  calculate  the  appropriate  vector  projection  and 
(4)  draw  the  vector  originating  from  the  center  of 
pressure  in  the  sagittal  view  of  the  computer  display. 
This  procedure  was  then  repeated  for  the  coronal  view. 
In  order  to  maintain  a  continuous  graphic  display  which 
could  be  updated  in  accordance  with  change's  in  the  force 
platform  output,  all  procedures  were  completed  during 
each  vertical  retrace  period. 

In  addition  to  these  real-time  software  modules, 
separate  procedures  were  developed  to  accommodate 
different  camera  positions,  scaling  of  the  force  vector  for 
different  fields  of  view,  and  standard  data  acquisition  of 
ground  reaction  force  data.  As  in  the  EMG  measurement 
subsystem,  data  files  produced  in  this  module  could  be 
easily  converted  to  be  compatible  with  third  party 
analysis  software. 

Graphic  overlay  subsystem 

This  final  subsystem  is  responsible  for  integrating  the 
three  previous  subsystems  into  a  cohesive  unit,  and 
therefore  must  overC(>me  the  inherent  incompatibilities 
i>f  <Mch  data  ffirmat.  Sp<'Cifically,  this  subsystem  must 
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convert  VGA  computer  graphics  into  NTSC  composite 
video  so  that  synchronization  pulses  from  the  video 
subsystem  can  be  used  to  trigger  the  displays  of  the  tivo 
independent  data  acquisition  systems.  Once  this  is 
accomplished,  creation  of  the  final  video  display  is 
simply  a  matter  of  generating  an  appropriate  key  signal 
from  the  data  acquisition  displays,  and  inserting  this 
key  into  the  video  subsystem's  data  stream. 

In  the  present  system,  this  was  accomplished  using  tools 
from  the  emerging  fields  of  multimedia  and  desktop 
video  production.  Genlockable  VGA  display  boards 
compatible  with  each  data  acquisition  system  were 
installed  in  their  respective  computers,  and  configured 
for  a  high  contrast  overlay.  Synchronization  pulses  in 
the  form  of  a  standard  black  burst  signal  were  used  to 
trigger  each  board,  with  the  video  output  daisy-chained 
to  produce  a  composite  key  signal  in  sync  with  the 
original  video.  By  selectively  turning  on  the  key  signal 
in  each  board,  one  can  produce  a  video/EMG  display,  a 
video/  force-line  display,  both  overiays,  or  none  at  all. 
This  level  of  flexibility  permits  the  operator  to 
configure  a  display  system  which  matches  the  specific 
needs  of  each  clinician  using  the  system,  and  allows 
different  displays  for  different  clinical  protocols. 

EVALUATION  &  DISCUSSION 

The  present  system  has  been  in  place  since  August  of  m\, 
and  in  general  has  been  accepted  by  the  clinical 
community.  The  principle  advantages  are  related  to  the 
intuitive  nature  of  the  display,  which  promotes  easy 
correlation  between  a  subject's  motion  and  their  EMG 
activity,  and,'or  joint  moment  requirements. 

However,  there  are  certain  inherent  limitations  to  the 
system  which  cannot  be  overlooked.   First,  the  video 
subsystem  does  not  provide  quantitative  measurements  of 
joint  position,  and  serves  primarily  as  a  means  for 
facilitating  frame-by-frame  visual  analysis  of  the 
walking  pattern.  Seaind,  EMG  signals  must  be  presented 
in  their  raw,  unprocessed  form  since  timing  requirements 
for  real-time  display  limit  the  amount  of  signal 
processing  which  can  be  performed.  Envelopes  of  EMG 
activity  must  be  estimated  from  amplitude  changes  in 
the  waveform,  and  thus  are  only  useful  for  determining 
periods  of  muscle  activity  from  periods  of  reduced 
activity.  Finally,  force-line  visi-.alization  as  a  predictor 
of  joint  moments  is  useful  as  a  clinical  estimate,  but  care 
must  be  taken  when  using  the  method  in  normals  or  faster 
speed  walkers  [Wells,  1981).  This  is  because  joint  torque 
is  determined  by  visually  comparing  the  line  of  action  of 
the  ground  reaction  force  and  the  apparent  joint  center  of 
the  joint  of  interest,  to  subjectively  determine  a  moment 
arm  /vector  amplitude  product.  Ttiis  estimate  becomes 
less  accurate  as  one  progresses  up  the  kinematic  chain 
from  ankle  to  hip,  since  gravitational  an  inertial  forces 
of  each  limb  segment  are  neglected,  and  the  contribution 
of  these  forces  to  the  overall  ground  reaction  force 
increases  as  one  gets  further  from  the  ground.  To  further 
complicate  the  analysis,  predicted  moments  are  opposite 
in  sign  from  the  actual  j(>int  moments,  and  therefore  must 
be  considered  as  a  "demand  moment,"  which  necessitates 
an  equal  and  opposite  joint  moment  to  counteract  It 


Although  the  system  in  no  substitute  for  traditional 
quantiutive  measures  of  EMG  and  joint  moments,  we  feel 
there  is  still  a  place  for  this  type  of  system  in  the  clinic. 
It  is  quite  useful  as  a  first  step  in  the  gait  assessment 
procedure,  and  is  sensitive?  to  subtle  changes  in  the 
patient's  gait  which  may  be  obscured  by  traditional 
analysis.  Perhaps  its  best  application  is  in  teaching 
allied  health  students  and  those  new  to  gait  analysis  a 
systematic  approach  to  the  problem.  And  like  any 
clinical  assessment  tool,  it  is  only  as  good  as  the  clinician 
who  uses  it. 
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ABSTRACT 

Determination  of  abnormal  autonomic  cardiovascular 
function  lACR  in  persons  with  multiple  sclerosis  IMS) 
has  traditionally  used  quiescent,  perturbations.  This 
study  examined  the  use  of  dynamic  leg  cycling 
exercise  as  an  index  of  exercise  capacity  and  ACF  in 
this  population.  For  this,  heart  rate  (HR)  and  blood 
pressure  (BP)  responses  to  3  standard,  quiescent 
tests  and  during  an  incremental  leg  exercise  protocol 
were  determined.  Eighteen  MS  subjects  (minimal- 
moderate  impairment)  were  matched  to  18  non-MS 
persons.  Results  of  the  quiescent  ACF  tests  showed 
no  abnormal  responses  in  the  MS  group.  During 
cycling  exercise,  HR  and  systolic  BP  (SBP) 
adjustments  to  oxygen  uptake  (VO2)  increments 
during  absolute  exercise  power  outputs  (PO)  were  not 
significantly  different  between  groups.  Examination 
of  HR  and  SBP  at  relative  VO2  showed  this 
minimally-  impaired  MS  group  to  have  a  slightly 
attenuated  HR  response  but  a  near  identical  SBP 
response  vs  the  non-MS  group.  More  severely 
impaired  MS  individuals  would  might  respond 
differently  This  dynamic  exercise  protocol  may  offer 
more  insight  into  the  affects  of  MS  upon  ACF  and 
provide  guidance  for  determining  rehabilitation 
potential  of  this  population. 

INTRODUCTION 

Dysfunction  of  the  autonomic  nervous  system  in 
multiple  sclerosis  IMS)  has  been  well-documented 
with  manifestations  occurring  in  bladder,  1  sexual,  1 
and  sudomotor^  function.  Traditionally, 
documentation  of  autonomic  cardiovascular  function 
(ACF)  of  both  sympathetic  (SYMP)  and 
parasympathetic  (PARA)  reflexes  in  persons  with  MS 
have  been  via  standard  tests  with  the  patient  in  a 
quiescent  state.  Standard  tests  such  as  the  Valsalva 
maneuver,  rhythmic  deep  breathing,  and  sustained 
isometric  handgrip  are  only  3  among  several  acute, 
perturbations  performed  under  quiescent  conditions  in 
an  effort  to  isolate  and  measure  autonomic 
cardiovascular  responses  of  heart  rate  (HR)  and  blood 
pressure  (BP).  While  several  investigators  have  found 
a  relatively  high  incidence  of  abnormalities  in  PARA 
and/or  SYMP  ACF  tests  with  this  population,8.9.'o 
others  have  not.^'*  What  these  tests  reveal  is 
important;  however,  they  do  not  exhibit  information 
on  dynamic  exercise  capacity  and  whether 
cardiovascular  responses  in  a  particular  individual  are 
sufficient  to  sustain  greater  cardiovascular  organ 
system  demands.  For  example,  any  daily  activity, 
whether  it  be  for  work  or  pleasure,  requires  a 
constant  metabolic  demand  which  must  be  supported 
by  adequate  central  (HR)  and  peripheral  (BP) 
cardiovascular  adjustments.  Such  adjustments  are 
predominantly  controlled  by  the  sympathetic  and 
parasympathetic  nervous  systems.  As  such,  knowing 
whether  these  responses  are  sufficiently  intact  to 
support  dynamic  activity  in  the  MS  patient  is  of  equal 
importance.  Such  information  may  provide  even 
greater  insight  into  a  patient's  rehabilitation  potential. 
Therefore,  the  purpose  of  this  study  was  to  develop 
an  easily  administered  protocol  of  dynamic  exercise 
(i.e.  leg  cycling)  that  could  be  used  in  suppliment  to 


existing  standard,  quiescent  ACF  perturbations,  to 
examine  MS  individuals  under  conditions  that  are 
more  similar  to  the  demands  required  during  normal 
daily  activity. 


PROCEDURES 

Sublects.  Eighteen  persons  who  had  been  positively 
diagnosed  with  MS  were  examined  by  a  neurologist 
and  rated  on  the  Expanded  Kurtzke  Disability  Scale. ^ 
Distribution  of  ratings  is  presented  in  Table  1. 
Individuals  having  a  minimal  to  moderate  level  of 
impairment  were  selected  for  participation  to  assure 
their  ability  to  physically  perform  the  dynamic  leg 
cycling  protocol.  The  length  of  time  from  j^ie  date  of 
diagnosis  ranged  between  1  and  23  yr  (X  -  6.2  yr 
+.6.3).  A  group  of  18  healthy,  non-MS  participants 
(AB)  were  matched  to  the  MS  group  on  the 
characteristics  of  age,  gender,  height,  and  weight. 
Further  description  of  group  characteristics  is 
presented  in  Table  2.  The  presence  of  any 
cardiovascular,  pulmonary,  renal,  metabolic  or  non- 
MS  orthopedic  disorder  excluded  participation. 
Informed  Consent  was  obtained  from  all  participants 
according  to  University  policy. 


Table  1 .  Distribution  of  EDSS  Ratings  Among  MS 
Subjects. 


EDSS  Rating 
No.  of  Subjects 

1.0  2.0 
7  4 

3.0  4.0 
5  2 

Table  2.  Subject  Characteristics. 

Group 

MS 
(n  =  1 8) 

non-MS 
(n  =  18) 

Age  (yr) 
Height  (cm) 
Weight  (kg) 

39. 6( +.5.11 

171.2(+.ii.o) 

73.3(+.i5.5) 

37.7{  +  5.ol 
171.8(+.lo.2l 
75.6(+.i!=  ai 

Tests  of  Autonomic  Cardiovascular  Function  (ACF). 
Three  non-invasive  tests  of  ACF,  which  monitored  HR 
and  diastolic  blood  pressure  (DBP)  responses  at  rest, 
were  administered.  These  tests  have  been  described 
previously  and  widely  used.^  The  test  perturbations 
and  monitored  responses  were:  the  Valsalva 
maneuver  -  HR;  deep  rhythmic  breathing  -  HR  (E:l 
Difference);  and  sustained  isometric  handgrip 
contraction  -  DBP.  The  first  two,  which  use  HR,  are 
considered  PARA  tests,  whereas,  the  third  which 
uses  DBP,  is  considered  a  SYMP  test.  Subjects  were 
connected  via  chest  electrodes  to  a  Hewlett  Packard 
78324A  ECG  monitor  which  recorded  HR  during  all 
tests.  This  was  interfaced  with  a  computer  via  an 
A/D  converter.  R-R  intervals  were  calculated  via  the 
computer  program  and  converted  into  numerical 
values  and  compared  to  published  standards  for 
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normal-borderline-abnormal  responses.  This 
computer  system  has  been  full  described  previously.* 
BP  was  determined  using  an  automated 
sphygmomanometer  connected  to  another  channel  of 
the  aforementioned  ECG  monitor.  BP  recordings 
were  manually  entered  into  the  computer  following 
the  test  session. 

Lea  Cycling  Protocol:  Following  a  5-rpin  rest  period, 
subjects  performed  a  discontinuous,  progressive 
intensity  protocol  of  recumbent  leg  cycling.  Power 
outputs  (PO)  began  with  no  flywheel  resistance  at  a 
pedal  frequency  of  approximately  50  rpm.  Absolute 
increments  of  approximately  25  W  were  added  during 
each  subsequent  stage.  Each  exercise  stage  lasted  4- 
5  min,  with  a  3-5  min  rest  betvie..-n  stages. 
Cardiorespiratory  and  metabolic  data  were  acquired 
via  open  circuit  spirometry.  HR  was  monitored 
constantly  using  a  CMs  electrode  placement,  with 
recordings  each  min.  DBP  and  systolic  BP  (SBP)  was 
obtained  manually  during  the  final  min  of  PO  using  a 
standard  sphygmomanometer.  Following  the  4 
submaximal  stages,  a  final  continuous  maximal  effort 
stage  of  approximately  4  min  was  performed,  with 
increments  in  PO  each  min.  Subjects  were  asked  to 
maintain  a  pedal  frequency  between  50-60  rpm.  The 
test  was  terminated  due  to  volitional  exhaustion  or 
predetermined  mei.  "^olic  and  pulmonary  indices 
concomitant  to  an  int.ease  in  PO. 

STATISTICAL  ANALYSIS 

A  Student's  f-test  was  used  to  determine  differences 
between  groups  on  physical  characteristics.  Absolute 
values  of  cardiovascular  and  metabolic  data,  as  well 
as  absolute  and  relative  increments  in  PO  during 
cycling,  expressed  as  a  percentage  of  each  individual 
maximal  PO  (POmax)  were  compared  using  a  2  X  5 
Repeated  Measures  Analysis  of  Variance.  A  post-hoc 
Duncan  was  used  to  determined  interactions  between 
groups  and  stage  with  respect  to  the  various 
dependent  variables.  Correlation  analysis  was  used 
to  determine  the  relationship  among  cardiovascular, 
metabolic,  and  PO  variables  specific  to  each  group. 

RESULTS 

There  were  no  significant  differences  between  groups 
with  respect  to  age,  height  or  weight  (p>0.05).  The 
results  of  the  tests  of  quiescent  ACF  tests  are 
presented  in  Table  3.  No  MS  subject  exhibited  an 
abnormal  HR  response  to  the  two  PARA  tests. 
During  the  one  SYMP  test  of  DBP,  83%  showed  a 
normal  increase  in  response  to  the  sustained 
isometric  contraction.  Only  a  small  percentage  (11% 
and  17%)  exhibited  a  borderline  response  to  the 
PARA  and  SYMP  test,  respectively. 

Both  maximal  PO  and  maximal  oxygen  uptake 
(VOamax)  were  lower  for  this  MS  sample.  HR  and 
SBP  responses  in  relationship  to  oxvgen  uptake  (VO2I 
at  the  various  absolute  POs  are  illustrated  in  Figures  1 
and  2,  respectively.  Both  cardiovascular  responses 
increased  in  a  linear  fashion  and  were  similar  to  those 
elicited  from  the  non-MS  group.  SBP  tor  the  MS 
group  appeared  to  be  slightly  higher  at  each  exercise 
stage  when  compared  to  absolute  values  of  VO2; 
however,  when  HR  and  SBP  responses  were 
compared  at  relative  VO2,  (i.e.  at  a  percentage  of  an 
individual's  VOamax)  HR  response  was  slightly  lower 
for  the  MS  group  and  SBP  was  almost  identical  to  the 
non-MS  group.     Correlation  analysis  among  the 


metabolic  and  cardiovascular  variables  for  the  MS 
subjects  produced  significant,  positive  correlations 
ranging  from  R  =  .96  to  R  =  .99,  (p<.01).  Similar 
significant  positive  correlations  were  seen  for  the 
non-MS  sample  (p<.01). 

Table  Summary  of  3  ACF  tests  performed  by  MS 
subjects  under  quiescent,  standardized  conditions. 


Test 


Response 
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Figure  1 .  HR  response  compared  to  absolute  oxygen 
uptake  in  MS  and  non-MS  subjects  during  leg  cycling. 
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Figure  2.  SBP  response  compared  to  absolute 
oxygen  uptake  in  MS  and  non-MS  subjects  during  leg 
cycling. 
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DISCUSSION 

This  study  illustrates  that  in  .i  sample  of  MS  persons 
who  have  a  minims'  to  moderate  level  of  Impairment, 
results  of  standard,  quiescent  ACF  tests  are 
predominantly  normal.  HR  and  SBP  responses  elicited 
during  a  dynamic  exercise  test  support  these  findings. 
Again,  it  should  be  noted  that  the  lack  of  abnormal 
responses  from  this  group  may  be  directly  related  to 
the  distribution  of  impairment  level  in  the  sample.  ■ 

Previously,  Senaratne,  et  al.''  found  ACF 
abnormalities  in  HR  and  SBP  in  an  MS  group  who 
ranged  from  minimal  to  severe  in  level  of  impairment 
(i.e.  EDSS).  Their  sample's  abnormal  performance 
during  the  Valsalva  maneuver  and  rhythmic  deep 
breathing  were  substantiated  by  attenuated  HR  and 
SBP  responses  during  an  incremental  protocol  of  arm 
crank  ergometry.  As  previously  noted,  a  factor  that 
may  have  contributed  to  both  the  abnormal  ACF 
responses  on  the  standard  tests  as  well  as  during  the 
arm  exercise  protocol  is  the  fact  that  57%  of  their 
sample  were  more  disabled  than  the  sample  used  in 
the  present  investigation.  Furthermore,  23%  of  their 
sample  were  unable  to  perform  even  the  lowest 
increment  in  PO  of  the  arm  exercise  protocol. 
Although  a  clear  relationship  has  not  been  established 
between  level  of  impairment  (i.e.  EDSS)  and  incidence 
of  abnormalities  in  ACF,  part  of  the  problem  may 
exist  in  the  types  of  scales  (ordinal)  upon  which  these 
two  variables  are  rated,  rather  than  the  lack  of  an 
actual  relationship.  Since  these  investigators  did  not 
provide  absolute  PO  data  with  respect  to  specific  HR 
and  SBP  responses  nor  did  they  measure  the 
metabolic  demand  during  the  exercise  protocol,  it  is 
difficult  to  appreciated  their  results  fully.  It  Is 
possible  that  a  more  impaired  sample  may  have  a 
much  lower  exercise  capacity  due  to  loss  of 
innervation  to  working  muscles  rather  than 
insufficient  cardioregulatory  adjustments.  However, 
whether  their  MS  sample's  poor  performance,  was 
due  to  abnormal  support  by  central  and  peripheral 
ACF  can  only  be  hypothesized  at  this  time. 

While  the  maximal  exercise  capacity  and  V02miix 
of  the  MS  sample  in  the  present  investigation  was 
significantly  lower  than  the  non-MS  control  group, 
this  deficiency  was  probably  not  severe  enough  to 
interfere  with  the  demands  of  daily  function. 
However,  with  exacerbations  and  further  decerases  in 
exercise  capacity  and  VOjmax,  the  ability  to  perform 
these  activities  would  be  compromised.  The  fact  that 
both  HR  and  SBP  increased  linearly  with  each 
additional  submaximal  PO  increment  and  metabolic 
de.Tiand  illustrates  that  these  particular  MS  Individuals 
would  be  able  supply  adequate  cardiovascular  support 
for  metabolic  demands,  such  as  those  required  during 
activities  of  daily  living,  employment  and  and/or  sport 
and  leisure.  It  is  likely  that  the  slope  of  these 
cardiovascular  responses  would  be  lower  in  more 
severely  impaired  MS  patients  due  to  greater  SYMP 
and  PARA  damage  resulting  in  abnormal  ACF. 

Utilization  of  this  type  of  dynamic  exercise  test 
could  enhance  our  understanding  of  the  affects  of  MS 
upon  autonomic  cardiovascular  function  in  this 
population.  Standard,  quiescent  tests  serve  to 
identify  the  possible  existence  of  an  ACF  abnormality, 
while  a  dynamic  exercise  protocol  places  more 
demands  upon  the  cardiovascular  system,  requiring 
more  sympathetic  stimulation,  and  thereby  increasing 
test  sensitivity.    Thus,  autonomic  dysfunction  that 


occurs  with  MS  may  be  more  easily  identified  with 
dynamic  exercise  testing  since  organ  system  reserve 
is  reduced.  Disease  progression  may  be  tracked  with 
more  accuracy  by  periodically  repeating  standardized 
dynamic  exercise  tests. 
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ABSTRACT 

Vestibular  stimulation  is  a  therapeutic  technique 
widely  used  in  the  treatment  of  neuromuscular  dys- 
function such  as  cerebral  palsy.  Based  on  a  review  of 
the  anatomy  and  physiology  of  the  vestibular  system 
and  its  connections,  a  theory  is  offered  to  explain  why 
vertical  vestibular  stimulation  may  be  of  greatest  ben- 
efit. This  theory  is  discussed  from  a  control  systems 
viewpoint  in  an  attempt  to  explain  the  effects  of  this 
form  of  stimulation  from  an  engineering  perspective. 

INTRODUCTION 

Cerebral  Palsy  (CP)  is  a  persistent  motor  disorder 
caused  by  non-progressive  damage  to  the  central  ner- 
vous system,  which  most  often  occurs  before  or  dur- 
ing birth.  Vestibular  stimulation  in  the  form  of 
swinging,  rolling,  and  rhythmical  rocking  is  used  in 
rehabilitative  therapy  to  help  inhibit  abnormal  motor 
responses  and  facilitate  normal  motor  responses  in 
those  with  CP.  Therapists  such  as  Bobath,  Ayers,  and 
Rood  agree  that  the  vestibular  system  plays  an  impor- 
tant role  in  treatment.  Bobathl3]  uses  "neurodevelop- 
mental  techniques"  to  elicit  equilibrium  and  righting 
reactions  which  rely  on  output  from  the  vestibular  ap- 
paratus. Ayres[2]  states  that  the  vestibular  receptors 
are  the  most  sensitive  of  all  sense  organ.s.  She  claims 
that  vestibular  stimulation,  such  as  rocking,  tends  to 
organize  the  brain.  Rood[5]  advocates  the  use  of  slow 
rocking,  to  stimulate  the  labyrinths  (a  part  of  the  ves- 
tibular appaiatus)  in  her  treatment  techniques.  More 
recently,  therapeutic  horseback  riding  has  become  a 
popular  method  of  providing  vestibular  .stimulation. 
The  literature  has  reported  various  benefits  in  using 
this  type  of  therapy 

Although  therapeutic  effects  of  all  types  of  vestibular 
stimulation  have  been  recognized  for  sometime,  a  re- 
view of  the  literature  has  produced  little  scientific  ev- 
idence that  identifies  the  source  of  such  benefits.  The 
authors  will  present  a  physiological  review  followed 
by  an  explanation,  from  a  control  systems  viewpoint, 
to  help  justify  the  therapeutic  use  of  vestibular  stimu- 
lation, specifically,  vertical  linear  (iscillations. 

anat()my/physi()L()(;y 

The  Vestibular  System 

The  vestibular  apparatus  is  made  up  of  the 
seinicircular  canals  (also  know  as  the  labyrinths). 


which  respond  to  angular  acceleration,  and  the 
otoliths,  which  respond  to  linear  acceleration.  These 
organs  convey  information  to  four  vestibular  nuclei 
via  the  vestibular  nerve.  Of  these,  the  lateral 
vestibular  nuclei  (LVN)  receives  most  of  its 
information  from  the  otoliths.  The  LVN  gives  rise  to 
the  vestibulospinal  tract  (VST)  which  descends  the 
length  of  the  spinal  cord.  Fibers  from  the  VST  form 
excitatory  synapses  with  alpha  motoneurons 
innervating  muscle  and  gamma  motor  neurons 
innervating  muscle  spindles. 
The  Muscle  Spindle 

The  muscle  spindle  is  a  specialized  form  of  muscle  fi- 
ber that  contains  both  sensory  and  motor  elements. 
The  sen.sory  elements  are  made  up  of  centrally  located 
nuclear  bag  fibers  and  longitudinally  distributed  nu- 
clear chain  fibers.  Both  contain  motor  elements  at 
their  ends.  The  nuclear  bag  fibers  are  innervated  by 
gamma  1  (dynamic  gamma)  motor  fibers  and  the  nu- 
clear chain  fibers  are  innervated  by  gamma2  (static 
gamma)  motor  fibers.  Two  types  of  receptor  endings 
are  found  in  the  sensory  portion  of  the  spindle.  The 
primary  endings,  which  originate  in  the  bag  and  chain 
fibers,  respond  to  length  and  rate  of  change  in  length 
of  the  muscle.  The  secondary  endings,  which  origi- 
nate only  the  nuclear  chain  fibers,  respond  to  length 
only,  (see  Figure  1 .)  It  is  assumed  that  the  chain  fibers 
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Figure  1 
Muscle  Spindle 

are  responsible  for  afferent  information  regarding  the 
static  response,  or  length,  of  the  muscle  and  the  bag  fi- 
bers, the  dynamic  response,  or  the  rate  of  change  of 
muscle  length. 
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Excitation  of  thp  nuclear  bag  fibers  by  the  gamma  1 
neurons  will  enhance  the  dynamic  response  of  the 
spindle,  while  excitation  of  the  nuclear  chain  fibers  by 
the  gamma  2  neurons  will  enhance  the  static  response 
of  the  spindle. 

Vestibular  Innuence  on  Muscle  Spindles 

As  previously  stated,  fibers  from  the  VST  make 
synaptic  connections  with  the  gamma  motor  neurons. 
According  to  Pompeiano[lll,  this  synaptic 
connection  is  formed  exclusively  with  the  gamma  2  or 
static  gamma  motor  neurons.  This  would  suggest  that 
the  function  of  the  vestibular-muscle  linkage  is  to 
increase  the  sensitivity  of  the  muscle  spindle  to 
length,  or  more  importantly  to  the  sense  of  position  of 
the  limbs  in  space,  the  proprioceptive  sense.  The  link 
between  the  vestibular  system  and  muscle  .spindle  is 
depictetl  in  Figure  2. 
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Figure  2 
Vestibular  -  Spindle  linkage 

While  Ponipciano's  studies  were  done  on  cats,  several 
others  have  implied  that  there  is  a  similar  functional 
relationship  between  the  vestibular  apparatus  and  the 
muscles  in  man.  Aiello  et.  al.]  1 1  reported  changes  in 
alpha  motor  neuron  excitability  when  subjects  were 
tilted.  Studies  done  by  Szturm  et.  al.]  12|  support  the 
view  that  there  is  a  functional  linkage  between  otolith 
si{,nals  and  activity  in  lower  limb  muscles  in  humans. 
Chan  |4|  deirionstrated  changes  in  sulcus  motor  neu- 
ron excitability  in  response  to  variations  in  head  posi- 
tion. He  linked  these  changes  directly  to  the  otolith 
affercnts.  Greenwood  et.  al.|fi|  reported  that  upon  fall- 
ing vertically,  humans  show  increased  reflex  activity 
of  the  ankle.  They  theorized  that  falling  stimulates  the 
otoliths  which  in  turn  facilitates  supraspinal  pathways 
leading  to  excitation  of  the  muscle  spindles.  These 
studies  suggest  a  functional  link  between  the  vestibu- 
lar system  and  the  muscle  spindles  in  humans. 


Based  on  this  review  of  the  anatv)my  and  physiology 
of  the  vestibular  apparatus  and  its  connections  with 
the  muscular  system,  the  authors  wish  to  propose  the 
following  hypothesis. 

HYPOTHESIS 

Linear  vertical  vestibular  stimulation  causes  sensory 
information  from  the  otoliths  to  reach  the  gamma  2 
motor  neurons  through  the  LVN  and  the  VST  at  all 
levels  of  the  .spinal  cord.  Such  stimulation  may  in- 
crease the  sensitivity  of  the  muscle  spindle,  specifical- 
ly the  static  response  which  is  res;ronsible  for  position 
sense.  In  short,  otolith  .stimulation  may  enhance  prop- 
rioception. 

appr()ac:h 

In  order  to  understand  the  implications  of  the  influ- 
ence of  otolith  organs  over  the  control  of  movement, 
it  is  helpful  to  approach  limb  position  control  from  a 
control  .systems  viewpoint.  In  so  doing,  it  becomes 
clear  how  the  muscle  spindle  might  influence  motor 
control  and  in  turn  how  vestibular  stimulation  can  af- 
fect that  influence. 

The  Role  of  Feedback  in  Control  Sy.stems 

Human  motor  control  has  often  been  modelled  as  a 
feedback  system  which  functions  as  a  position  servo- 
mechanism.  In  such  a  system  the  output  "position"  is 
monitored  and  "fedback"  to  the  controller.  The  con- 
troller then  uses  this  information  to  keep  the  system  at 
a  desired  position.  A  servo-mechanism  controls  posi- 
tion by  causing  the  output  of  the  system  to  be  as  close 
to  the  input  as  possible. 

Feedback  Control  and  the  Stretch  Reflex 

The  monosynaptic  stretch  refiex  is  an  excellent  exam- 
ple of  a  feedback  control  system.  A  force  on  the  mus- 
cle causes  it  to  stretch.  This  change  in  length  causes 
the  spindles  to  fire,  sending  excitatory  signals  to  the 
alpha  motor  neurons.  This  causes  the  muscle  to  short- 
en, which  will  continue  until  the  muscle  is  back  to  its 
original  position  in  turn  causing  the  spindles  to  stop 
firing.  The  block  diagram  of  Figure  ?•  can  be  used  to 


COMMAhOS, 
FROM  —  ■ 
HIGHER 
CENTERS 


L'r/V^  EFFERENT 


TOADON  ; 
-MUSCLE  ' 


AFFEREMT 
DELAY 


H,, 


CHAIN 
RBER 


AFFERENT 
DELAY 


H 


^  , 

BAQ 

RBER  I 


MUSCLE  SPMOLC 


Figure  3 
Stretch  Reflex  Block  Diagram 
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describe  'he  feedback  control  of  the  stretch  reflex.  In 
this  diagram  the  "a"  motor  neuron  (the  controller)  is 
set  with  a  position  via  a  command  from  "higher  cen- 
ters". This  position  is  maintained  with  the  use  of  feed- 
back through  the  muscle  spindles. 
Control  Theory  and  Cerebral  Palsy 

Control  theory  can  help  open  up  the  door  to  under- 
standing more  about  disorders  such  as  CP.  One  view 
of  this  disorder  suggests  that  a  faulty  feedback  loop 
could  be  responsible  for  certain  abnormal  movements 
seen  in  CP.  Harris  suggests  that: 

"In  theory,  all  deviations  of  muscle  tone  observed  in 
cerebral  palsy....  can  be  explained  in  terms  of 
derangements  in  muscle  spindle  stretch  receptor 
sensitively".  [7] 

McCloskey[10]  states  that  ones  ability  to  control 
movement  depends  on  kinesthetic  sense.  If  muscle 
spindles  are  responsible  for  kinesthetic  sense,  or  prop- 
rioception, as  suggested  earlier,  then  a  malfunction  of 
the  sensory  feedback  could  be  the  cause  of  diminished 
proprioception  seen  in  many  with  CP.  Nielson's(10] 
work  with  athetoid  CP  subjects  suggests  a  relationship 
between  a  faulty  feedback  control  system  and  athetot- 
ic movements.  His  studies  imply  that  the  cause  of 
these  abnormal  movements  is  an  underdamped  closed 
loop  control  system.  From  a  control  systems  view- 
point, underdamping  implies  an  alteration  in  the  gain 
of  a  feedback  loop.  It  is  precisely  this  "control  of 
gain"  that  Matthews(9]  suggested  as  the  role  of  the 
gamma  motor  system.  It  could  be  that  a  malfunction- 
ing gamma  motor  system  may  be  the  cause  of  faulty 
stretch  receptor  sensitivity.  This  could  result  in  too 
much  or  too  little  position  or  velocity  feedback  travel- 
ing around  the  loops  thus  causing  abnormal  motor  re- 
sponses. 

BJ  looking  at  neuromuscular  dysfunction  from  a  con- 
trol systems  viewpoint,  an  attempt  can  be  made  to  ex- 
plain why  signs,  such  as  decreased  proprioception, 
abnormal  stretch  reflexes,  and  abnormal  motor  re- 
sponses are  seen  in  those  with  cerebral  palsy.  It  is  pos- 
sible that  a  faulty  feedback  loop,  specifically 
abnormal  stretch  receptor  sensitivity  could  be  the  di- 
rect cause  these  abn  jrmal  signs.  If  muscle  spindles  are 
responsible  for  proprioception,  then  abnormal  stretch 
receptor  sensitivity  could  cause  an  alteration  in  this 
sense.  Faulty  stretch  receptor  sensitivity  could  also  be 
the  cause  of  abnormal  stretch  reflexes.  Alteration  of 
the  gain  in  the  feedback  loop  which  leads  to  under- 
damping  of  the  system  may  again  be  responsible  for 
abnormal  movement  seen  in  those  with  CP. 
The  Role  of  Vestibular  Stimulation 

It  was  suggested  at  the  end  of  the  anatomy/physiology 
.section  that  vestibular  stimulation  may  change  the 
sensitivity  of  the  muscle  spindle.  If  the  abnormal 
proprioception,  and  abnormal  stretch  reflexes,  often 
seen  in  those  with  CP  is  caused  by  faulty  sensory 


feedback,  as  was  earlier  suggested,  then  vestibular 
stimulation,  specifically  in  the  form  of  vertical 
oscillations,  may  help  to  enhance  the  natural  feedback 
systems  of  those  v/ith  CP  by  biasing  it  to  a  more 
normal  level. 

DISCUSSION 

Vestibular  stimulation  is  used  as  a  treatment  tech- 
nique in  many  clinics.  However,  more  needs  to  be 
done  to  totally  justify  and  explain  its  use.  Based  on  an- 
atomical and  physiological  evidence  the  authors  have 
used  methods  from  feedback  control  theory  in  an  at- 
tempt to  explain  why  vestibular  stimulation,  specifi- 
cally in  the  form  of  vertical  oscillations,  is  beneficial 
and  should  be  investigated  as  an  important  therapeutic 
intervention  in  the  treatment  of  CP. 
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ABSTRACT 

An  approach  to  the  use  of  mathematical  modeling  of 
the  neuromuscular  control  system  to  gain  greater  in- 
sight into  an  understanding  of  cerebral  palsy  is  pre- 
sented. The  paper  describes  how  optimization 
techniques  might  be  used  to  shed  light  on  the  mecha- 
nisms whereby  vestibular  stimulation  has  a  therapeu- 
tic influence  on  those  with  this  disability. 

INTRODUCTION 

Advances  in  mathematical  modeling  of  neuromuscu- 
lar systems  in  recent  years  has  provided  much  in  the 
way  of  insight  into  how  various  levels  of  the  nervous 
system  might  function.  To  date,  mo.st  of  this  work  has 
been  applied  to  the  understanding  of  the  intact  ner- 
vous system.  The  purpose  of  this  paper  is  to  show  that 
these  models  are  now  at  a  point  where  they  offer  op- 
portunities to  gain  greater  insight  into  the  pathology 
of  neuromuscular  disabilities.  In  particular,  it  is  be- 
lieved that  a  great  deal  can  be  gained  from  the  appli- 
cation of  systems  modeling  to  various  phenomena 
observed  in  the  cerebral  palsy  clinic  which  are.  at 
present,  poorly  understood. 

One  phenomenon,  which  is  the  basis  for  the  prcsc 
work  and  the  motivation  behind  this  paper,  is  the  ef 
feet  of  vestibular  stimulation  on  those  with  cerebra 


nt 


pahsy.  This  effect,  which  is  to  change  the  tone  of  the 
muscles,  has  been  noted  by  many  authors  and  com- 
prises an  integral  part  of  most  therapy  programs  for 
tho.se  with  this  neurological  disability. 
If  the  clinician  is  to  make  optimal  use  of  vestibular 
stimulation,  there  must  be  a  complete  understanding 
of  both  the  physiological  mechanisms  by  which  the 
desired  change  in  tone  is  effected  and  the  means  by 
which  the  effect  can  be  maximized. 
In  a  separate  paper  [2]  the  author  outlined  the  physio- 
logical basis  for  an  hypothesis  suggesting  that  vertical 
oscillations  might  be  one  of  the  more  productive 
forms  of  vestibular  stimulation.  In  this  paper  an  ave- 
nue of  research  will  be  proposed,  directed  not  only  at 
demonstrating  that  this  theory  is  correct,  but  also  to 
shed  light  on  the  nature  of  the  change  which  takes 
place  during  the  use  of  this  form  of  therapy. 

B  AC  K(;  ROUND 

In  attempting  to  gain  insight  (from  a  control  systems 
viewpoint)  into  the  effects  of  vestibular,  or  any  form 
of  stimulation,  on  the  overall  tone  of  muscles,  it  is 
useful  to  separate  out  the  spinal  level  control 
mechanisms  from  the  influence  of  higher'centers  of 
the  central  nervous  system.  Such  a  separation  allows 
one  to  view  the  muscles  and  neurons  controlling  a 
single  joint  as  a  Joint  Angle  Control  System  with  the 
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influence  from  higher  centers  acting  as  input  to  that 
system.     The     anatomical     and  physiological 
connections  of  one  joint  angle  conuol  system  (the 
elbow)  are  illustrated  schematically  in  Figure  1. 
Several  studies  in  neuromuscular  control  have  been 
undertaken  in  recent  years  which  are  of  interest  in 
determining  the  effect  of  central  nervous  system 
influence  at  the  spinal  level.  Ramos,  et  al.[71  have 
used  a  6th  order  muscle  and  a  3rd  order  muscle 
spindle  model  to  demonstrate  the  source  of  the 
triphasic  EMG  patterns  seen  in  ballistic  head 
movements.  The  Ramosl6]  model  of  the  joint  angle 
control  system  is  presented  in  Figure  2. 
It  is  the  intent  of  the  present  investigators  to  adapt  an 
approach  similar  to  Ramos  and  Stark(81  in  examining 
the  effect  of  the  vestibular  apparatus  on  the  tone  of 
those  with  cerebral  palsy. 

PROBLEM  STATEMENT 

How  might  modem  systems  modeling  be  used  to  en- 
hance the  understanding  of  the  effect  of  vestibular 
stimulation  on  the  overall  tone  of  those  with  cerebral 
palsy? 

APPROACH 

In  order  to  test  the  effects  of  vestibular  stimulation  on 
those  with  cerebral  palsy  a  testing  protocol  has  been 
developed  which  will  measure  the  stiffness  of  the  el- 
bow or  wrist  joint  before  and  after  stimulation.  A  Joint 


Assessment  Device  (JAD),  from  Shriners  Hospital  in 
Chicago,  will  be  used.  This  device,  designed  to  apply 
a  velocity  across  a  joint  while  monitoring  the  torque 
required  to  maintain  the  velocity,  has  been  tested  and 
used  extensively  by  Harris[51.[3],[41.  He  has  demon- 
strated its  effectiveness  in  assessing  changes  in  cere- 
bral palsied  patients  before  and  after  various 
interventions. 

By  applying  the  JAD  before  and  after  a  subject  is 
stimulated  on  our  Vestibular  Stimulation  Table  [1], 
recordings  can  be  made  of  velocity,  torque,  and  sur- 
face EMG  from  the  muscles  of  the  joint  under  test. 
While  a  difference  in  joint  stiffness  will  be  expected 
as  a  result  of  stimulation,  it  will  not  be  clear  from  this 
data  alone  what  mechanisms  have  caused  this  change. 
Viewed  in  terms  of  input  to  the  Joint  Angle  Control 
System,  vestibular  stimulation  may  act  via  the  alpha 
or  the  gamma  motor  neurons.  While  the  EMG  signal 
can  be  expected  to  be  proportional  to  alpha  motor 
neuron  excitation,  the  signals  cannot  distinguish  be- 
tween the  origins  of  this  excitation,  i.e.  direct  excita- 
tion or  by  way  of  the  dynamic  afferents  of  the  stretch 
reflex  loop.  Some  of  this  ambiguity  can  be  eliminated 
by  examining  the  dynamics  of  a  system  model. 
The  Ramos  model  can  be  defined  by  16  equations. 
Seven  of  these  are  given  below  and  are  of  interest 
here.  Starting  with  these  equation.s  the  authors  will 
solve  for  a  profile  of  torque(oiitput)  given  a  step 
change  in  joint  velocity  (input).  This  will  allow  a 
direct   comparison   between   modeled   data  and 
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-Kpe-BpV  +  Fs, -Fs. 

=   =  A  (1) 

Jp 

SN^  =  l(G(-aje-fj.V-xA)  -SN,)  ) 

For  (a>e +H.V +1A)  <  0 
=  -SN|^/T        Otherwise  (2) 

S'N^  =  1  (G  (-  a>e  -  tiV  -  lA)  -  SN.) 

For  (<ue +fj.V +1A)  <  0 
=  -SN„/T  Otherwise  (3) 
SN',  (t)  =  SN,(t-6)  t4) 
SN'„(t)  =  SN„(t-5)  (5) 
N,  =  CN,+SN',  (6) 
N„  =  CN„+SNV  (7) 

Kp  •  Load  Stiffness* 

Bp  "  Load  Dampening* 

Jp  •  Load  Inertia* 

Fs  >  Muscle  Force  (R  &  L) 

SN  .  Feedback  from  the  Muscle  Spindle  (R  &  L) 

05  "  Position  Feedback  Weighting  Function 

IX.  -  Velocity  Feedback  Weighting  Function 

X  "  Acceleration  Feedback  Weighting  Function 

CN  .  Central  Nervous  System  input  (R  4  L) 

N  -  Alpha  Motor  Neuron  Excitation  (R  &  L)* 


recorded  data.  Once  this  solution  has  been  obtained, 
optimization  techniques  can  be  applied  which  permit 
the  evaluation  of  various  parameters. 
Again,  of  interest  is  the  route  by  which  the  vestibular 
apparatus  effects  tone.  This  effect  can  be  mediated  via 
four  mechanisms:  1)  changing  alpha  motor  neuron  ex- 
citation, 2)  changing  dynamic  gamma  motor  neuron 
excitation,  3)  changing  static  motor  excitation,  or  4)  a 
combination  of  all  three.  In  the  Ramos  model  these 
mechanisms  are  represented  by  the  following  param- 
eters: 

Nl;    Alpha  motor  neuron  excitation 
|i:     Dynamic  gamma  motor  excitation 
CO:     Static  gamma  motor  cxciuition. 

It  should  be  pointed  out  that  a  fourth  variable  X  (the 
acceleration  weighting  function)  is  used  in  the  Ramos 
model  to  account  for  non-linearities  in  the  spindle  af- 
ferent information.  This  variable  would  appear  to  be 
dependent  on  both  static  and  dynamic  gamma  excita- 
tion and  changes  in  it  would  imply  vestibular  influ- 
ence via  the  gamma  route. 

In  applying  Bremerman's  Optimization  Techniques, 
outlined  by  Ramos,  et  al.f7],  one  would  use  a  cost 
function  which  would  minimize  the  difference 
between  the  dynamics  of  the  model  and  the  actual 
recorded  dynamics  of  the  subjects.  This  would 
establish  values  for  the  three  parameters  outlined 
above.  The  same  optimization,  repeated  for  data 
collected  after  vestibular  stimulation,  should  offer 
considerable  insight  into  the  way  in  which  such 
stimulation  influences  tone. 

•Thcsr  vanahtci  wiil  t>e  AVKituhlc  fixmi  Ilie  Joint  Aisniiticnt  [)cvilt 


It  must  be  noted  that  the  three  parameters  defined 
above  fall  in  two  distinct  groups.  Alpha  excitation 
comes  from  direct  measurement  of  surface  EMG, 
whereas  static  and  dynamic  gamma  excitation  will  not 
be  measured  in  the  present  work  and  thus  will  be  cal- 
culated. Further,  alpha  excitation  will  be  dependent  on 
ganrnia  excitation  via  the  stretch  reflex  loop.  This 
complication  must  be  given  careful  consideration 
when  any  optimization  is  applied. 
The  experimental  setup  will  be  such  that  surface  EMG 
will  be  presented  to  each  subject  on  a  CRT  screen.  At 
the  outset  of  each  experiment  the  subject  will  be  in- 
structed to  make  his  EMG  activity  as  small  as  possi- 
ble. If  the  siir.alations  runs  using  the  model  are  then 
limited  to  the  first  50  -  80  msec.  (i.e.  the  time  for  a  sig- 
nal to  airive  from  the  brain)  it  can  be  assumed  that  ail 
activity  in  the  EMG  is  due  to  feedback  (stretch  reflex 
loop)  activity. 
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Abstract 

The  Americans  with  Disabilities  Act  was  signed  into  law  by 
President  Bush  on  July  26,  1990.  Title  I  of  the  act  requires 
non-discrimination  in  employment,  with  reasonable 
accommodations  for  potential  and  current  employees. 
According  to  Title  I,  employers,  must  make  reasonable 
accommodations  to  the  known  physical  or  mental 
limitations  of  an  otherwise  qualified  individual.  A 
reasonable  accommodation  is  an  adaptation  of  the 
workplace,  the  equipment  or  the  job  itself  which  enables  a 
disabled  employee  to  perform  the  essential  functions  of  a 
particular  job.    Ergonomists  evaluate  accommodations 
designed  to  reduce  or  eliminate  ergonomic  stressors  in  the 
workplace.  Ergonomists  are  also  qualified  to  evaluate 
reasonable  accommodations  of  the  workplace,  its 
procedures  and  access  for  disabled  employees.  While 
industries  are  trying  to  comply  with  the  ADA,  they  are  in 
the  process  of  a  methods  revolution  in  response  to  global 
competition. 

Background 

The  objective  of  ergonomics  is  to  adapt  the  job  and 
workplace  to  the  worker  by  designing  tasks  within  the 
worker's  capabilities  and  limitations  (OSHA,  1988).  In 
essence,  it  is  making  reasonable  accommodations  for  all 
workers,  not  specifically  disabled  workers. 

American  industry  is  currently  in  the  midst  of  a  revolution 
of  its  methods  of  operation.  International  competition  has 
revealed  operating  inefficiencies  and  a  lack  of  flexibility 
(Harmon,  1992;  Schonberger,  1986).  The  restructuring  of 
American  industry  is  focusing  on  eliminating  non-value 
added  activities  and  shifting  operational  control  to  lower 
levels  in  the  organization.  These  actions  are  requiring 
industry  to  closely  examine  each  task's  contribution  to  the 
value  of  the  final  product  and  develop  more  autonomous 
groups  of  functions  and  employees  such  as  manufacturing 
cells  and  focused  factories  (Whyte,  1991;  Osbum,  et.al., 
1990). 

As  industry  has  sought  to  meet  demands  for  increased 
economic  efficiency  it  has  also  realized  significant  losses 
due  to  repetitive  motion  disorders,  primarily  carpal  tunnel 
syndrome  and  back  injuries.  Back  injuries  caused  by 
overexertion  have  been  calculated  to  cost  industry  over 
$3,000,000,000  in  1985  (Eby,  1991).  The  average  costs 
associated  with  a  carpal  tunnel  syndrome  case  have  been 
estimated  to  be  between  $15,000  and  $18,000  (Femandez 
et  al.,  1990).  The  response  of  industry  has  been  to  initiate 
programs  that  examine  task  for  the  repetitive  stres.sors 
involved  and  redesign  the  tasks  in  order  to  reduce  the  levels 
of  exertion  required  for  their  accomplishment.  Similar 
studies  are  being  performed  on  cognitive  tasks  in  order  to 
reduce  the  cognitive  load  of  information  based  tasks. 
These  actions  involve  direct  examination  of  the  functional 


requirements  of  human  tasks.  The  impact  of  chronic 
exposures  to  excessive  stress  are  becoming  apparent  in  the 
nondisabled  population  thus  increasing  the  number  of 
persons  with  disabilities  (Pope,  1991).  Many  larger  firms 
are  establishing  ergonomics  programs  in  order  to  reduce  the 
incidence  of  work  related  injuries  and  increase  quality  and 
productivity  (Katzel,  1991). 

Many  firms  are  attempting  to  retain  their  workers  after  an 
injury  has  occurred.  They  are  finding  it  more  cost  effective 
to  retain  a  worker  than  hiring  a  replacement.  Many 
employees  who  leave  because  of  an  injury  could  be  put  back 
to  work  almost  immediately  if  provided  a  reasonable 
accommodation  or  if  reassigned  to  a  task  that  fits  their 
capabilities.  It  is  here  that  job  descriptions  of  essential  job 
functions  will  be  a  valuable  tool  to  return  people  to  work. 


Statement  of  the  Problem 

The  current  interest  shown  in  eliminating  non-value  added 
activities  has  spurred  the  implementation  of  a  variety  of  new 
management  techniques  such  as;  just-in-time,  demand  pull 
production,  cellular  manufacturing,  and  activity  based 
accounting.  Businesses  must  be  able  to  determine  which  of 
the  activities  normally  performed  during  a  task  are  in  fact 
"essential  functions".  The  definition  of  "essential  fimctions" 
requires  a  systematic  determination  of  the  basic  business 
processes.  A  major  reason  for  the  trauma  being  experience 
by  industry  in  adopting  these  new  techniques  is  that 
management  practices  have  developed  in  a  piecemeal 
fashion  by  responding  to  each  new  requirement  with  a  more 
complex  system.  This  evolutionary  process  frequently  has 
developed  system  that  do  not  respond  to  overall 
organizational  objectives.  These  same  process  have  had  an 
impact  on  task  design.  Tasks  have  evolved  in  response  to 
the  demands  of  production  with  little  formal  regard  to  the 
capabilities  of  the  workforce.  Most  jobs  are  not  designed 
on  sound  ergonomic  principles 

Qualified  Individual  with  a  Disability.  A  "qualified 
individual  with  a  disability"  refers  to  an  individual  "who 
with  or  without  reasonable  accommodation,  can  perform  the 
essential  functions  of  the  employment  position  that  such 
individual  holds  or  desires'  (442  US  SCt  403,  406  (1979)). 

Rea.sonahle  Accommodation.  Discrimination  includes  the 
failure  to  make  'reasonable  accommodations  to  the  known 
physical  or  menUl  limitations  of  an  otherwise  qualified 
individual  with  a  disability  who  is  an  applicant  or 
employee,'  (42  U.S.C.  #  1211(b)(1)  and  (b)(5)(a)). 

Determining  the  appropriate  reasonable  accommodation  is 
described  by  the  EEOC  as: 

"( 1)       Analyze  the  particular  job  involved  and  determine 
its  purpose  and  essential  functions; 
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(2)  Consult  with  the  person  with  a  disability  to 
ascertain  the  precise  job-related  limitations 
imposed  by  the  individual's  disability  and  how 
those  limitations  could  be  overcome  with  a 
reasonable  accommodation; 

(3)  In  the  consultation  with  the  individual  to  be 
accommodated,  identify  potential  accommodations 
and  assess  the  effectiveness  each  would  have  in 
enabling  the  individual  to  perform  the  essential 
functions  of  the  position;  and 

(4)  Consider  the  preference  of  the  individual  to  be 
accommodated  and  select  and  implement  that 
accommodation  that  is  most  appropriate  for  both 
the  employee  and  employer. " 

Undue  Hardship.  Undue  hardship  is  defined  by  the  EEOC 
in  the  Appendix  to  the  ADA  regulations  as  'any 
accommodation  that  would  be  unduly  costly,  expensive, 
substantial,  or  disruptive,  or  that  would  fundamentally  alter 
the  nature  or  the  operation  of  the  business'  (42  U.S.C.  tt 
121 1(10)(A)).  Factors  to  be  considered  in  determining 
undue  hardship  include: 

1.  the  nature  and  cost  of  the  accommodation; 

2.  the  overall  financial  resources  of  the  facility; 

3 .  the  number  of  persons  employed; 

4.  the  effect  of  the  accommodation  on  facility 
operation;  and 

5.  the  type  of  operation. 

An  employer  'vill  be  required  to  provide  the 
accommodation,  even  if  it  cannot  afford  to  do  so,  if  funds 
are  available  from  another  source  (such  as  Vocational 
Rehabilitation  Services),  or  the  disabled  employee  is  in  a 
position  to  either  provide  the  accommodation  him.«lf  or 
pay  'that  portion  of  the  cost  which  constitutes  the  undue 
hardship'  (Appendix  to  29  CFR  Part  1530,  56  Fed.  Reg.  at 
35748). 

Undue  hardship  may  also  come  in  the  form  of  lost 
efficiency  such  as  in  the  situation  where  accommodations 
made  by  an  employer  were  reasonable  and  affordable,  but 
the  performance  of  by  the  individual  with  a  disability  was 
significantly  lower  than  that  of  other  workers  in  the  same 
position. 

F.s!;ential  Job  Functions  The  determination  of  which 
portions  of  a  job  are  nonessential  and  therefore  not  relevant 
to  the  employee  selection  process  requires  careful  analysis. 
In  the  case  of  Koffler  v,  Hahnemann  University  the  court 
found  that  although  functions  requiring  less  than  10  percent 
of  the  working  time  could  not  be  performed  because  of  a 
disability,  these  functions  were  essential  components  of  tht 
position.  It  stated  that  'to  require  an  employer  to  adopt  an 
entirely  different  standard  of  attendance  for  a  handicapped 
person  is  not  a  reasonable  accommodation  as  a  matter  of 
law.  The  handicapped  individual  must  be  able  to  perform 
all  of  his  responsibilities  after  reasonable  accommodation'. 

A  primary  source  foi  determining  'essential  job  functions' 
is  a  written  job  description  developed  before  advertising  or 
interviewing  for  the  position.  There  currently  exists  no 
standard  for  developing  'functional' job  descriptions.  In 


fact,  many  firms  are  in  the  process  of  revising  job 
description  so  that  ihey  are  less  specific.  This  is  part  of 
industry's  attempt  to  increase  efficiency  through  developing 
a  more  flexible  and  responsive  system  of  labor 
specifications.  Each  employee  may  be  asked  to  perform  a 
wide  variety  of  tasks  and  functions  can  be  changed 
impredictably.  The  lack  of  detail  in  these  new  forms  of  job 
descriptions  may  make  it  easier  to  'qualify'  for  a  job,  but  it 
may  also  make  it  more  difficult  to  define  'essential  job 
functions'.  Determining  essential  job  functions  will  be 
tasks  that  the  ergonomists  can  perform. 


Implications 

Factors  Supporting  ADA  Implementation 

1 .  Definition  of  value  adding  activities  and  'essential 
functions' 

2.  Emphasis  on  human  capability  and  task  design 
(ergonomics) 

3.  Focus  on  work  teams  which  allow  employees 
within  teams  to  share  task  responsibilities 

4.  Direct  intervention  of  ergonomists  in  task  design 

5.  Many  'accommodations'  become  standard  parts  of 
the  task  as  performed  by  all  employees 

6.  Requirement  through  workmen's  compensation  that 
funds  vocational  rehabilitation,  many  firms  will 
find  it  more  cost  effective  to  accommodate  task  to 
the  injured  worker  than  to  hire  and  train  a  new 
worker 

7.  Incieasing  role  of  'participatory  ergonomics'  in 
task  design 


FacUirs  Conflicting  with  ADA  Implementation 

1 .  Less  specific  job  descriptions 

2.  Greater  skill  variety  expected  for  each  position  in 
the  workforce 

3.  Movement  away  from  individual  performance 
standards  (piece  rates)  to  group  and  skill  based 
systems 

4.  Many  industries  are  making  major  changes  m  their 
operations  and  may  be  reluctant  to  make  the 
additional  changes  required  by  the  ADA 

5.  No  increase  in  Vocational  Rehabilitation  funding  to 
reduce  'undue  hardship'  on  firms 


Disfus-sion 

The  result  <if  the  latest  Horns  survey  commissioned  by  the 
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National  Organization  on  Disability,  "Public  Attitudes 
Toward  People  with  Disabilities,"  reveals  significant 
support  for  the  objectives  of  the  ADA.  Although  fewer 
than  1  in  5  had  heard  of  the  ADA,  two-thirds  believes  that 
disabled  people  are  "discriminated  against  in  equal  access 
to  employment",  a  third  advocates  spending  "a  great  deal" 
of  money  to  make  schools,  transportation  and  public 
facilities  more  accessible,  and  80  percent  believe  disabled 
people  want  to  work. 

Since  the  law  was  signed  in  1990,  there  has  been  a  huge 
public  investment  in  ADA  education.  Thus  far  the  federal 
government  has  awarded  over  $12,000,000  in  grants  and 
contracts  to  provide  education  and  training  materials. 
There  has  been  no  increase  in  the  EEOC  budget  for 
enforcement  or  significant  investment  in  developing  the 
technical  expertise  to  interpret  and  implement  the  ADA 
requirements  at  the  individual  accommodation  level. 

Most  of  the  effort  spent  in  refining  job  descriptions  and 
requirements  will  be  returned  through  better  job  design  and 
reduction  of  non-value  added  activities. 

There  are  numerous  examples  of  systems  developed  for 
persons  with  disabilities  that  have  been  incorporated  into 
systems  widely  used  in  industry  by  the  general  population. 
Each  of  these  systems  was  designed  to  augment  a  specific 
disability.  This  augmentation  often  also  reduces  the  stress 
experienced  by  persons  without  disabilities  when 
performing  tasks.  The  graphical  user  interface  (GUI)  that 
is  becoming  popular  for  computer  systems  is  an  application 
of  symbolic  communication  that  has  a  long  history  in  the 
form  of  Bliss  symbols.  Recent  interest  in  workplace 
seating  has  brought  about  the  development  of  "ergonomic" 
neutral  posture  seating  systems.  The  design  of  positioning 
systems  is  another  area  which  has  been  pioneered  in 
application  to  persons  with  disabilities.  Modem  hand  tool:; 
bare  a  remarkable  resemblance  to  eating  utensils  designed 
for  persons  with  limited  grip  strength  and  dexterity. 
Reducing  the  stress  produced  by  a  task  through  design 
make  the  task  accessible  to  a  larger  population. 

Who  does  the  modification  belong  to.  If  it  is  funded  by 
vocational  lehabilitation,  can  it  be  used  by  others.  What 
impact  will  this  have  for  the  severely  disabled?  Will  the 
standard  for  reawnable  accommodation  change  over  time? 
Are  there  sufficient  resources  available  for  rationale  task 
design  and  modification?  Given  the  current  demand  for 
qualified  ergonomists,  there  is  a  shortage.  Skill  required  rn 
both  rehabilitation  and  production  systems. 
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A  Neuroprosthetic  Cough  Assist  Device  for  use  in  Spinal  Cord  Injury 
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Introduction 

This  research  focuses  on  using 
electrical  stimulation  in  an  appli- 
cation that  might  have  great  impact 
on  improving  the  life  span  of  indi- 
viduals with  higher  level  spinal 
cord  injuries.     Pulmonary  complica- 
tions are  now  recognized  as  a  major 
contributor  to  mortality  in  these 
individuals,  presently  accounting 
for  the  majority  of  morbidity  and 
mortality  of  spinal  cord  injuries. 
Retention  of  secretions,  atelecta- 
sis,  and  pneumonia  are  the  most 
commonly  occurring  complications. 
Loss  of  the  ability  to  cough  is  at 
least  a  partial  (if  not  a  major) 
contributor  to  these  pulmonary 
complications.     A  prototype  neural 
prosthetic  device  is  described  that 
can  improve  the  ability  of  individ- 
uals to  cough. 

Methods 

Inability  to  cough  is  primarily  due 
to  paralysis  of  abdominal  muscles 
which  are  the  major  muscles  of 
expiration.     These  muscles  are 
amenable  to  electrical  stimulation 
with  surface  electrodes.     The  pro- 
posed device  for  cough  assist 
should  not  be  confused  with  exist- 
ing devices  for  phrenic  pacing. 
Phrenic  pacing  is  intended  to  cause 
contraction  of  the  diaphragm,  the 
major  muscle  of  inspiration. 

A  prototype  neuroprosthetic  device 
has  been  developed  to  allow  a  quad- 
riplegic individual  with  impaired 
cough  to  voluntarily  produce  elec- 
trically stimulated  coughs  without 
immediate  assistance  of  a  care 
giver.     The  device  measures  13x8.5 
x4.5  cm,  and  weighs  435  g.     it  is 
similar  to  a  previous  stimulator 
developed  for  lower-extremity  ap- 
plications.    It     is  microprocessor 
controlled  (Intel  87Cbl) .     Power  is 
provided  by  4  AA  cells,   and  stimu- 
lus pulses  are  generated  v/ith  pulse 
transformers . 


Surface  electrodes   (Encore'"  Plus, 
round  7.6  cm  diameter)  deliver 
stimulation  to  abdominal  muscles. 
Two  pairs  of  electrodes  are  used. 
They  are  placed  as  shown  in  figure 
1.     The  stimulator  delivers  a  sin- 
gle pulse  train  of  adjustable  dura- 
tion (0.5  to  2.0  s) .  Individual 
pulses  are  200us  wide,  delivered  at 
a  50  Hz  stimulation  frequency.  The 
amplitude  is  adjustable  between  0 
and  110  V.     The  stimulator  is  trig- 
gered by  pressing  the  command 
switch.     The  unit  beeps,  then  de- 
livers the  pulse  train  to  abdominal 
muscles  to  initiate  the  cough.  The 
user  is  responsible  for  coordinat- 
ing the  breathing  pattern  prior  to 
the  cough  (a  good  inspiration  is 
needed)   and  the  holding  and  release 
of  the  glottis. 

Results 

Ten  quadriplegic  patients  were 
enri.  Lied  in  a  study  to  test  the 
effectiveness  of  this  technique. 
Peak  expiratory  flow  was  measured 
("Assess"  flow  meter,  Healthscan 
Products)  during  voluntary,  manual- 
ly assisted,   and  electrically  stim- 
ulated coughs.     Acceptable  abdomi- 
nal muscle  contractions  were  ob- 
tained in  five  of  the  ten  patients. 
Sensation  to  the  stimulation  pre- 
cluded use  of  the  technique  in  four 
patients,  and  atrophied  abdominal 
muscles  appeared  to  be  a  problem  in 
two  patients.     The  three  types  of 
coughs  were  alternately  measured 
(e.g.  voluntary  with  no  manual 
assist,  manually  assisted,  electri- 
cally stimulated)   for  five  repeti- 
tions.    Thus  a  total  of  15  cough 
measurements  were  made  on  each 
subject.     Data  from  subjects  with 
abdominal  muscles  that  responded  to 
stimulation  were  analyzed  with  an 
analysis  of  variance,  after  normal- 
izing flows  to  the  mean  flow  for 
volitional  coughs.     The  normaliza- 
tion was  done  on  an  individual 
basis.     The  mean  peak  flow  of  the 
volitional  cough  was  computed  by 
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averaging  the  5  repetitions  of  the 
volitional  cough  (no  assist) . 
Then,  every  cough  measurement  for 
that  patient  was  divided  by  this 
mean.     In  this  way,  all  subjects 
had  a  volitional  cough  index  of 
1.0.     If  peak  flows  were  better 
than  volitional,  the  index  had  a 
value  of  greater  than  1.0.  There 
was  a  significant  difference  be- 
tween the  three  types  of  cough,  and 
post  hoc  comparisons  found  the 
means  of  normalized  data  for  all 
three  groups  to  differ.     The  nor- 
malized data  is  summarized  in  fig- 
ure 2. 

Discussion 

Pulmonary  complications  represent 
multifaceted  problem,  and  it  is  not 
likely  that  a  single  solution  will 
completely  solve  the  problem. 
Therefore,  a  variety  of  approaches 
to  different  aspects  of  this  prob- 
lem have  been  proposed.     For  exam- 
ple, ventilation  has  been  achieved 
by  both  mechanical  ventilation  and 
by  phrenic  pacing.     This  device  is 
directed  to  the  problem  of  clearing 
secretions  from  the  respiratory 
passageways.     In  higher  level  spi- 
nal cord  injury  the  patient  is 
impaired  in  the  ability  to  clear 
secretions.     This  has  been  dealt 
with  primarily  by  passive  drainage 
(positioning  the  patient  so  drain- 
age occurs  by  gravity) ,  active 
suction  (if  secretions  are  particu- 
larly heavy) ,  and  assisted  or 
"quad"  cough  (manual  pressure  ap- 
plied to  the  abdomen  by  a  thera- 
pist) .     Each  of  these  methods  have 
varying  degrees  of  effectiveness, 
however  they  all  require  active 
intervention  by  a  care  giver. 
Studies  have  shown  that  a  signifi- 
cant improvement  in  cough  can  be 
achieved  by  the  manually  assisted 
method.     This  method  has  the  obvi- 
ous advantage  of  providing  a  cough 
when  no  cough  (or  a  poor  cough) 
could  be  generated  by  the  individu- 
al.    It  has  the  disadvantage  of 
requiring  an  assistant  every  time  a 
cough  is  to  be  produced.     Given  the 
eventual  compromises  that  are  made 
with  respect  to  medical  care,   it  is 
highly  likely  that  patients  do  not 
cough  with  the  frequency  they 
should.     No  definitive  study  can  be 
cited  to  support  this  supposition. 
At  present,  there  is  at  least  some 
indirect  support  for  this  supposi- 


tion, since  increased  pulmonary 
complications  are  present  in  this 
population,  and  clinical  attempts 
have  been  made  to  restore  some  type 
of  cough  activity  via  the  assisted 
cough. 

In  general,  neural  prosthetic 
devices  targeting  relatively  few 
muscles  with  minimal  channels  of 
stimulation,  and  open  loop  control 
requirements  have  been  the  most 
successful  and  most  likely  to  im- 
pact increasing  the  life  span  of 
persons  with  spinal  cord  injury. 
This  is  typified  by  devices  for 
bladder  control  and  phrenic  pacing. 
Based  on  this  line  of  reasoning, 
the  technique  proposed  in  this 
project  is  also  likely  to  be  suc- 
cessful.    This  is  not  to  say  howev- 
er, that  there  are  no  problems  to 
be  overcome  in  the  proposed  ap- 
proach.    Anticipated  problems  with 
the  proposed  research  include 
training  individuals  to  coordinate 
their  volitional  activity  to  work 
in  concert  with  the  stimulator, 
sensitivity  to  the  electrical  stim- 
ulation in  incomplete  individual, 
possible  effects  on  bowel  and  blad- 
der programs,  and  the  need  for  an 
alarm  system  in  cases  where  suction 
would  be  required.     If  clinical 
feasibility  can  be  demonstrated, 
long-term  studies  would  be  needed 
to  quantify  the  efficacy  of  such  an 
approach  in  reducing  the  incidence 
of  respiratory  complications. 
Independence  from  care  givers  is  a 
hallmark  of  effective  rehabilita- 
tion in  nearly  every  case.  The 
long-term  goal  of  this  research  is 
to  make  individuals  independent  of 
a  care  giver  with  respect  to  cough. 
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Cough  Assist  in  SCI 


Figure  1:  Schematic  illustration  of 
electrode  placement. 


o  o  \ 


Figure  2:  Comparison  of  three  cough 
methods,  voluntary,  electrical 
stimulation,  and  assisted.     Means  + 
95%  confidence  intervals  are  plot- 
ted.    Coughs  have  all  been  normal- 
ized to  voluntary  cough  (e.g.  data 
were  transformed  (individual  obser- 
vation of  peak  expiratory 
flow) /(mean  peak  expiratory  flow 
for  voluntary  roughs) .     see  text 
for  details. 
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Functional  electrical  stimulation  (FES)  has 
been  shown  to  be  an  effective  method  to 
restore  hand  function  and  Improve  the 
capabilities  for  independent  function  of 
ADL     tasks     (Wljman,     1990).  In  some 

instances,  we  have  found  that  the  use  of 
tendon  transfers  of  paralyzed  and 
innervated  muscles,  combined  with 
electrical  stimulation,  can  be  used  to 
improve  function.  The  objectives  of  thi-, 
approach  are:  1)  to  substitute  for  muscles 
which  are  denervated  and  cannot  be 
electrically  excited,  2)  to  reduce  the 
number  of  joints  th?,t  are  moved  ("motored") 
by  the  muscle,  and  3)  to  provide  more 
synchronous  joint  movement  and  force 
transmiss  ion . 

Methods  and  Subjects.  Subjecti;  for  this 
procedure  were  nine  individuals  who  had 
sustained  spinal  cord  injury  and  had 
romnining  C5  or  C6  level  injury.  All 
patients  were  users  of  an  upper  exircinity 
FES  neuroprosthes i s  and  were  at  least  one 
year  post -injury.  The  surgical  procedures 
performed  include  arthrodeses,  tendtin 
transfers,  tendon  anastomoses,  and 
rotational  osteotomy.  These  procedures 
were  commonly  applied  hand  surgical 
procedures  which  were  tailored  to  the 
individual  dysfunction  of  each  patient. 

Results  .  The  specific  procedures  are  shown 
in  Table  I.  Note  that  a  variety  of 
procedures  were  performed,  and  that 
Ccncrally  several  procedures  were  performed 
on  any  individual  patient.  TVie  most  common 
procedures  were  fusion  of  the 
incerphalanpeal  joint  of  the  thumb, 
synchronization  of  finger  flexor  and/or 
extensor  tendons,  and  tendon  transfers  to 
substitute  for  a  denervated  muscle.  Terdon 
transfers  were  most  variable  btcause  th'.' 
muscle  being  transferred  nust  bo  both 
electrically  excitable  and  trnnsferrablo 
for  the  desired  [unction.  The-  lallrt 
consideration  moans  havinp,  sutficii-nt 
strength  and  excursion  for  the  now 
function,  a  direct  line  of  pull  aft or 
transfer,  and  ab&ence  of  secondary 
movements . 
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V.'e  liave  used   force  vectors  as  a  means  of 
predicting   the   utility   of  any  particular 
muscle  as  a  transfer.     An  example  is  shown 
in  Kig.    1.     The  subject  of  this  study  was 
KHT .    a    C5    quadriplegic    man,    who    had  no 
voluntarily  active  wrist  extensors  and 
donorvated  extensor  carpi   radialis  longus 
and  brevis.     Since  KHT  wanted  to  be  free  of 
an    orthosis    for    wrist    stabilization,  we 
examined    two   muscles    for    transfer:  the 
flexor   carpi    radialis    (FCR)    and  extensor 
carpi     ulnaris     (ECU),     both  voluntarily 
inactive       but       electrically  excitable 
muscles.      As    shown    In   this    figure,  both 
muscles       generated       substantial  wrist 
moments,   with  the   FCR  approximately  three 
times  stronger  than  the  ECU.     However,  the 
ECU  was   selectc-d    for   transfer  because  we 
estimated  that   it  was  sufficiently  strong 
and  had  a  forearm  moment  towards  supination 
that     would     reinforce     the     rather  weak 
voluntary  supination  generated  by  Biceps. 
The     FCR,     in     contrast,     would  generate 
pronation.     The  result  of  the  transfer  of 
ECU   to  ECRB   is  also   shown  in   the  figure. 
WriHt       extension       generated       by  the 
transferred  and  stimulated  KCU  is  nearly  In 
diroct    extension,    until    spillover    to  an 
.ulj.Mcnt     muscle     ciccurs.  This  wrist 

oxtinsion  has  boon  sufficient  to  free  KHT 
of  Ills  wrist-liand  orthosis  In  outpatient 
uso 
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Surgical  Alterations 


We  have  found  that  the  transfers  of 
paralyzed  muscles  are  subject  to  the  same 
complications  as  normal  muscles  (eg.  tendon 
rupture,  adhesions),  and  that  transfers  can 
upset  the  balance  between  muscles  in  the 
hand.  To     minimize     these  potential 

problems,  we  have  used  intraoperative 
electrical  stimulation  to  assess  the  proper 
balance  between  muscles  (Mendelson  et.al. 
1988;  Freehafer  et.al.  1988)  and  early 
mobilization  of  muscles  post- surgery ,  using 
electrical  stimulation  to  provide 
controlled  activation  of  antagonistic 
muscles  in  alternating  lengthening  and 
shortening  sequences.  These  procedures 
have  been  transferred  to  our  collaborating 
center  at  Shriners  Hospital  in 
Philadelphia,  which  has  performed  similar 
procedures  in  four  patients. 

Conclus ions .  Surgical  alterations  are  an 
effective  means  to  compliment  FES  in 
restoring  function  in  the  hand.  Proper 
selection  of  muscles  and  transfers  can  be 
based  on  standard  hand  surgery  principles. 
Precautions  to  promote  optimal  function 
include  intra-operative  stimulation  and 
post-operative  mobilization  using  FES. 
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Figure  t.  Wnst  lorquei  developed  by  electrically  sutnutited  tnusclei. 
(a)  ECU  before  and  tfier  triuiJfer  lo  ECRB,  tuid  (b)  FCR 
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ABSTRACT 

This  paper  presents  the  development 
and  feasibility  studs  of  a  system 
for  restoration  of  upper  limb 
movement  to  t et rap  1  eg ics ,  through  a 
neuromuscular  stimulation  voice 
controlled  system  and  using 
artificial  neural  networks.  The 
333.tem  is  composed  of  several 
modules  which  are  responsible  for 
the  filtering  and  sampling  of 
voice,  digital  signal  processing, 
pattern  recognition  and 

neuromuscular  stimulation.  The 
pattern  recognition  module,  to 
identify  the  phonemes,  was 
implemented  using  a  neural  network 
paradigm,  employing  a  multilayer 
Perceptron  neural  network  with 
Back propagat ion  training  method. 
Neural  networks  were  chosen  because 
they  allow  a  massive  parallelism, 
high  processing  speed,  and  capacity 
of  adaptation  for  new  sonorous 
pat  t  erns 

BACKOROUND 

Restoration  of  upper  limb  functions 
to  cervical  lesioned  subjects 
through  electrical  stimulation  has 
been  under  investigation 

Multichannel  stimulators  allow  a 
large  number  of  movements  to  the 
para  lysed  1 imb  ( 1 ) .  Complete 
tetraplegics  show  extra 

difficulties  in  the  selection  of 
hand-wrist,  arm  and  forearm 
movements,  since  the  way  to 
triggering  the  stimulation  will 
depend  on  the  patient's  remained 
physical  abilities  The  latter 
aspect  leads  to  a  specific  data 
input  system  for  a  particular 
patient.  Taking  into  account  that 
most  of  these  patients  have  their 
voices  preserved,         a  voice 

controlled  stimulator  can  become  a 
modular  and  functional 

rehabilitation  system 

STATEMENT  OF  THE  PROBLEM 

The  aim  of  this  work  was  to  develop 
a  Neuromuscular  Electrical 

Stimulator  for  Tetraplegics  based 
upon  a  Voice  Control  System 


a 

each 


The  voice  commanding  input  system 
must  be  reliable  and  able  to  easily 
adapt  to  different  sound  patterns 
inherent  to  different  subjects  (new 
users),  i.e.  without  the  need  for 
complex  training  for 

individual . 

RATIONALE 

Despite  the  fact  that  Neuromuscular 
Electrical  Stimulation  can  be  done 
through  several  control  strategies, 
a  Voice  Controlled  System  seems  to 
be  more  suitable  to  tetraplegics 
with  different  level  of  lesions 
(complete  or  incomplete)  In  order 
to  have  an  effective  voice  pattern 
recognition  system.  Artificial 
Neural  Networks  were  used  because 
they  adapt  to  deviations  on  sound 
patterns,  both  within  the  same 
patient  and  with  different 
sub j  ect  s . 

DESIGN 

The  system  is  composed  of  five 
modules  which  are  responsible  for 
filtering  and  sampling  sonorous 
signals,  signal  processing,  pattern 
recognition  and  neuromuscular 
st  imul at  ion 

A  low  pass  filter  (1  KHz)  was  used 
for  the  spectral  analysis.  The 
sampling  made  use  of  an  A/D 
converter  (2  KHz),  yielding  a 
vector-  with  1884  time  signal 
samples.  A  FFT  module  generated  an 
1  KHz  normalised  spectrum.  This 
spectrum  was  subdivided  into  i9 
equal  bands,  each  with  100  Hz,  from 
which  higher  energy  frequencies 
were  sel ect ed . 

Sound  pattern  recognition  was 
implemented  on  the  neural  network 
module,  through  the  use  of  a 
multilayer  Perceptron  neural 

network  with  Back propagat ion 

training  methodology.  The  network 
relies  on  10  inputs,  3  layers  with 
30  neurons  each  and  the  outputs 
responsible  for  the  neuromuscular 
groups  to  be  activated  through 
st  imulat  ion 
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DEVELOPMENT 


EVALUATION  AND  DISCUSSION 


From  observations  on  vowel  time 
signals  (/a/,  /e/,  /i/,  /o/  and 
/u/)  of  our  language  system, 
periodicita  and  vera  little 
amplitude  changes  were  noticed:  in 
the  frequenca  spectrum,  these 
phonemes  do  show  distinct  and  well 
defined  patterns  Furthermore,  when 
sampling  the  signal  within  the  same 
patient,  at  regular  intervals 
(hours  and  daas),  the  frequenca 
spectrum  varies  little,  despite 
amplitude  changes  in  the 

enveloping.  The  phonemes  /a/,  /e/ 
and  /i/  were  chosen  in  order  to 
activate  the  paralased  arm  of  a  C-6 
incomplete  tetraplegic  (3  channels 
were  enough  for  such  subject). 

The  neural  network  implemented  is 
the  multilaaer  tape  Perceptron  with 
backpropagat ion  training  method. 
This  network  works  as  a  classifier, 
where  the  neurones  perform  a 
weighing  job  with  their  input 
values  being  associated  to  sanapt ic 
weights.  The  first  laaer  is  a 
Perceptron  network  receiving  the 
input  values  directly.  A  sanaptic 
connection  between  inputs  and 
neurones  and  between  neurones  is 
performed  through  a  sanaptic 
connection  weight. 

Training  a  r.etwork  consists  in 
determining  the  sanaptic 

connections  in  such  a  waa  that  once 
a  learned  pattern  is  presented  at 
the  input,  the  network  aields  the 
desired  values  at  the  outputs. 

The  training  was  performed  using 
three     patterns  (phonemes)     one  for 


each  neuromuscular 
activated:  /a/,  /e/ 
samples  of  3  male 
samples  were  taken 
daas,  increasing  the 
the  patterns  and  therefore  making 
sure  that  the  network  would  be  less 
susceptible  to  noise  due  to  changes 
in  the  sound  patterns. 


group  to  be 
e  /i/     and  5 

patients.  The 
in  different 

variabilita  to 


The  sastem  was  implemented  in  an 
IBM-PC  microcomputer,  being  tested 
on  an  incomplete  C6  tetraplegic. 
With  phonemes  from  male  patients, 
the  network  showed  an  index  of 
success  of  about  7«X;  with  female 
voices  (5  subjects),  this  rate  was 
bellow  sex,  aielding  output  values 
different   from  the  expected  ones. 

.he  prototype  was  tested  and  a  good 
acceptance  of  the  sastem  ba  the 
patient  (C6)  was  noticed,  for  with 
a  single  voice  command,  he  could 
control  his  arm  movement.  Further 
clinical  tests  are  being  done  in 
order  to  optimize  the  sastem. 


ACKNOWLEOEMENTS 

This  project  has  been  funded  ba 
CAPES,  CNPq,  FAEP-Unicamp  and 
FAPESP. 


REFERENCES 

1.  Thrope,  G.B.,  Peckman,  P.H.  & 
Crago,  P.E.  A  Computer-Controlled 
Multichannel  Stimulation  Sastem  for 
Laboratora  Use  in  Functional 
Neuromuscular  Stimulation.  IEEE 
Transactions  on  Biomedical 
Engineering  BME-3e  (6);  363-370. 

2.  Cliquet  Jr.,  A.  Paraplegic  Gait 
Restoration  through  Neuromuscular 
Electrical  Stimulation  Based 
Strategies.  Proceedings  of  the  IV 
International  Samposium  on 
Biomedical  Engineering,  Peniscola: 
1991  . 


Prof.  Dr.   A.   Cliquet  Jr. 

Dept.  Eng.   Biomedica  /  Unicamp 

CP. 

13081  Campinas  SP  Brasil 


The  patterns  were  generated  at 
random.  About  70000  iterations  were 
made  with  14  CPU  hours  and  a 
maximum  error  of  +  0.01  in  the 
input  values.  The  sastem  was 
developed  in  a  SUN  workstation 
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ABSTRACT 

As  a  concequence  of  spinal  cord  injury  (SCI)  neurological 
impulses  between  the  brain  and  the  periphery  are  disrupted. 
Quadriplegia  results  when  this  disruption  occurs  in  the 
cervical  region  of  the  spinal  cord  .  These  individuals  are 
usually  confined  to  a  wheelchair  and  have  variable  degrees 
of  function  in  the  upper  extremities.  A  common  mode  of 
therapy  used  in  the  rehabilitation  of  cervical  spinal  cord 
injured  (CSCI)  individuals  is  resistive  training  (1,2). 
Muscle  strengthening  can  not  only  increase  function  but 
also  contributes  to  a  better  self  image.  Traditional  training, 
involving  weights  and  ergometric  cycling,  can  increase  the 
overall  strength  of  the  patient  but  does  not  target  the  more 
severely  compromised  muscles.  We  have  found  that  more 
effective  training  can  occur  when  the  patient  can  see 
electromyographic  (EMG)  signals  produced  by  individual 
muscles.  We  have  developed  a  system  that  incorporates 
resistive  training  with  EMG  feedback,  thus  allowing  the 
individual  to  modify  the  EMG  activity  of  individual 
muscles  during  the  exercise  program.  The  system  has  been 
tested  with  normal  subjects  and  is  now  undergoing  clinical 
trials  with  a  group  of  CSCI  individuals. 


BACKGROUND 

Spinal  cord  injury  afflicts  nearly  half  a  million  people  in  the 
United  States,  with  approximately  10,000  new  cases 
occurring  each  year  (2).  The  majority  of  injuries  occur  m 
young  (16-30)  healthy  individuals,  and  are  four  times  as 
likely  to  be  male  than  female  (3).  Injuries  to  the  cervical 
region  of  the  spinal  cord  account  for  approximately  53%  of 
all  those  with  spinal  cord  injuries  and  30%  of  these  injuries 
are  incomplete  (3).  A  majority  of  these  injuries  occur  at  the 
C5-C6  level  due  to  the  cervical  enlargement  of  the  spinal 
cord  .  When  an  incomplete  lesion  occurs  the  patient  may  be 
left  with  partially  irmervated  muscles.  A  typical  patient  may 
have  normally  innervated  biceps  (C5)  but  only  partially 
innverated  triceps  (C6-C7)(5).  With  proper  therapy  patients 
can  recover  some  function  within  the  first  few  years  of 
injury;  however,  additional  recovery  can  be  very  slow.  This 
can  be  attributed  to  muscle  atrophy  and  lack  of  sensation.  A 
muscle  that  is  not  used  is  known  to  atrophy  (4,5.6),  and  in 
spinal  cord  injured  patients  a  muscle  can  atrophy  to  the 
point  where  no  observable  twitch  is  seen.  Along  with  loss  of 
strength  of  the  muscle,  important  sensory  feedback  is  also 
lost  (5,6).  This  results  in  the  loss  of  appropriate  sen-;a(ions 
needed  to  accompany  muscle  strengthening  programs 

Physical  rehabilitation  of  CSCI  individuals  focuses  mainly 
on  upper  body  strengthening.  A  common  device  used  for 
this  purpose  is  an  upper  body  ergometer.  A  patient  is 
routinely  set  up  on  this  device  by  an  occupational  therapist 
and  then  permitted  to  exercise.  Tliis  typo  of  exercise  is 
effective  in  increasing  strength  in  some  muscles;  however, 
stronger    functioning    muscles    may    compensate  for 


weakened  muscles,  and  the  ove.all  effectiveness  of  the 
exercise  may  be  reduced.  CSCI  patients  have  both  motor 
and  sensory  impairment  and  therefore  lack  normal 
proprioceptive  feedback.  This  results  in  difficulty  in 
determining  the  extent  to  which  each  muscle  is  contributing 
to  the  exercise.  We  have  developed  an  exercise  system  that 
provides  feedback  to  the  individual  based  on 
electromyographic  (EMG)  signals  from  the  involved 
muscles.  These  signals  are  presented  to  indicate  to  the 
patient  and  therapist  the  amount  of  individual  muscle 
involvement  during  exercise. 

STATEMENT  OF  THE  PROBLEM 

The  aim  of  this  project  was  to  develop  an  upper  body 
exercise  system  that  incorporates  resistive  exercise  with 
electromyographic  feedback. 

DESIGN 

Tlie  system  consists  of  an  upper  body  ergometer  (Saratoga 
Cycle)  and  a  Myoview'  EMG  processing/display  unit. 
Surface  EMG  is  recorded  and  ust<  to  light  a  light  emitting 
diode  (LED)  display  in  the  unit.  The  EMG  signal  is 
differentially  recorded  via  three  surfice  electrodes 
(SensorMedics,  265-083547-D)  placed  over  the  muscle  of 
interest.  This  signal  is  then  sent  to  the  Myoview  control  unit 
which  amplifies,  full-wave  rectifies,  and  filters  the  signal. 
Tlie  control  unit  is  capable  of  processing  EMG  signals  from 
four  different  muscles  simultaneously.  Once  processed  the 
signal  IS  displayed  by  colour  coded  LED  arrays  which  act  as 
"bar  graphs"  of  muscle  activity.  This  real-time  display  of 
muscle  force  is  used  by  the  patient  during  the  exercise 
program  to  facilitate  appropriate  muscle  involvement  of 
weakened  muscles  while  relaxing  undesirable  muscle 
activity.  A  block  diagram  of  the  overall  system  is  shown  in 
figure  I. 


Upper  Body  Ergometer    Main  Control  Unit 
(4  Channels) 


Figure  1:  Block  diagram  of  the  exercise  system  showing 
the  upper  body  ergometer,  the  main  control  unit  and  the 
LED  display  panels 
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EVALUATION 

This  system  has  been  tested  on  normally  innervated  subjects. 
The  result  of  one  such  experiment  is  shown  in  figure  2.  In 
this  experiment  the  subject  was  told  to  exercise  normally  for 
several  minutes  while  EMG  signals  were  recorded  from 
biceps  and  triceps  on  both  arms.  Figure  2a  shows  the  EMG 
signal  from  the  right  triceps  muscle  without  feedback  during 
3  cycles  with  the  ergometer.  The  subject  was  then  asked  to 
exercise  while  watching  the  diqjiay  in  order  to  trying  to  use 
the  triceps  muscles  more.  Figure  2b  shows  the  EMG  signal 
from  the  right  triceps  muscle  with  feedback.  It  can  be  seen 
that  when  the  subject  was  allowed  to  watch  the  LED  diq)lay 
he  was  able  to  double  the  EMG  output. 

DISCUSSION 

We  found  that  when  the  subject  was  able  to  monitor  the 
EMG  diqjlay  during  exercise,  the  EMG  output  of  the  muscle 
could  be  doubled.  From  these  results  we  can  conclude  that 
this  exercise  system  will  be  beneficial  in  the  rehabilitation 
of  ^inal  cord  injured  individuals.  These  individuals  usually 
have  difficulties  targeting  individual  muscles  because  of 
their  lack  of  proprioceptive  feedback.  By  incorporating  this 
system  with  an  exercise  program  including  electrical 
stimulation  it  may  be  possible  to  increase  ftmction  of  these 
individuals.  Experiments  with  CSCI  individuals  are  being 
conducted  at  the  present  time. 
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Graph  of  EMG  signal  (volts)  versus  time  (sees)  of  (he  right 
triceps  muscle  without  feedback. 


Graph  of  EMG  signal  (volts)  versus  lime  (sees)  of  the  right 
triceps  muscle  with  feedback. 


Figure  2-  (A)  This  graph  shows  the  EMG  output  of  the  right  triceps  muscle  during  three  cycles  of  exercise 
feedback  (B)  This  graph  shows  the  EMG  of  the  tight  triceps  muscle  during  three  cycles  of  exercise  with  I 
Both  traces  last  for  a  total  of  four  sees  and  each  tick  on  the  y  axis  represents  4  volts. 
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Introduction 

The  Case  Western  Reserve  University  (CWRU) 
Rehabilitation  Engineering  Center  has 
successfully  completed  a  transfer  of  its 
neuroprosthetic  hand  system  to  four  clinical 
centers  in  North  America.  The  neuroprosthetic 
hand  system  enables  quadriplegic  Spinal  Cord 
Injury  (SCI)  individuals  to  independently  control 
the  opening  and  closing  of  their  hand  through 
the  application  of  functional  electrical  stimulation 
(FES)  to  their  paralyzed  muscles.  The  CWRU 
program  had  previously  documented  that  tvyrenty 
three  SCI  individuals  realized  a  significant 
enhancement  in  their  activities  of  daily  living 
while  using  the  hand  system  (Wijman,  1990). 
We  had  demonstrated  that  by  using 
percutaneous  electrodes,  a  cable  electrode 
interface  suitable  to  the  user,  a  controller  that 
was  fairly  simple  to  operate,  and  a  stimulator  / 
controller  device  that  could  be  attached  to  the 
persons  wheelchair,  a  person  who  previously 
had  no  volitional  control  of  their  hand  could  once 
again  perform  rudimentary  yet  important 
activities  of  daily  living. 

Discussion 

After  proving  that  our  systems  were  efficacious, 
we  set  out  to  transfer  the  identical  research 
system  to  clinical  sites  to  determine  if  similar 
results  could  be  achieved  with  patients  outside  of 
Cleveland.  Our  hypothesis  stated  that  the 
application  of  a  neuroprosthetic  hand  system  to 
people  with  a  complete  C5  or  C6  SCI  would 
enable  the  user  to  achieve  greater 
independence,  execute  tasks  more  efficiently, 
and  perform  activities  which  he  typically  could 
not  do  without  assistance.  We  chose  clinical 
centers  and  investigators  with  strong 
backgrounds  in  rehabilitation  engineering  and 
medicine  who  would  be  able  to  be  trained  in  the 
techniques  of  implementation  and  have  the 
ability  to  collect  evaluation  data.  At  present,  we 
have  accomplished  nearly  all  our  goals,  having 
13  users  implemented  outside  of  Cleveland  with 
our  FES  hand  system. 

There  have  been  five  phases  to  our  program. 


The  first  phase  encompassed  the  organization  of 
our  laboratory  device  into  a  clinically  transferrable 
system,  ensuring  that  we  could  not  only  train 
others  in  the  implementation  and  evaluation  of  our 
system,  but  also  provide  documentation, 
workshop  seminars,  follow-up  communication 
mechanisms,  maintenance  and  service,  and 
appropriate  guidance  in  monitoring  the  study. 
Phase  two  consisted  of  choosing  clinical 
collaborators  and  training  them  at  a  formal 
workshop.  The  clinical  centers  we  chose  were 
Rancho  Los  Amigos  Rehabilitation  Medical 
Center,  (Los  Angeles,  California),  Shriners 
Hospital  for  Crippled  Children  (Philadelphia, 
Pennsylvania),  University  of  Alberta  (Edmonton, 
Alberta,  Canada),  University  of  Toronto  /  Hugh 
McMillan  Rehabilitation  Centre  (Toronto,  Ontario, 
Canada).  During  phase  three,  the  clinical  centers 
were  instructed  to  recruit,  select,  and  implement 
systems  with  the  SCI  individuals.  Once  the 
subjects  were  competent  users  of  the  hand 
system,  phase  four  would  begin  during  which  a 
thorough  set  of  functional  evaluations  would  be 
performed.  We  targeted  a  total  of  twelve  users 
that  we  knew  we  could  sustain  in  the  program.  At 
the  conclusion  of  phase  four,  we  would  gather  all 
the  clinical  data  and  analyze  the  results,  which 
would  complete  the  final  phase  of  the  study  We 
are  currently  retrieving  the  functional  evaluation 
data  on  the  13  individuals  who  have  been 
implemented  with  the  hand  system.  All 
individuals  were  able  to  achieve  a  hand  grasp 
with  the  system  and  each  of  them,  with  the 
exception  of  one  person  (out  of  protocol  for  our 
selection  criteria)  has  found  the  system  to  be  a 
useful,  necessary  device  which  facilitates  tasks 
that  are  important  for  them  to  perform. 

During  the  course  of  our  investigation,  we  have 
had  several  inquiries  into  how  to  gain  further 
access  to  our  FES  hand  systems.  All  the  clinical 
centers  have  made  specific  requests  for  additional 
systems.  All  the  clinical  centers  have  indicated 
that  they  would  want  to  encourage  their  patients 
to  pursue  a  completely  implantable  system  once 
it  became  available.  In  addition,  other  programs 
worldwide  such  as  The  Robert  Jones  &  Agnes 
Hunt  Orthopaedic  Hospital  in  Oswestry,  England 
and  the  Austin  Hospital  (Heidelberg  Victoria, 
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Australia)  are  now  actively  pursuing  funding  to 
participate  in  a  next  stage  technology  transfer 
program  which  will  use  implantable  stimulation 
technology  and  transition  the  existing  system 
from  a  clinical  research  device  to  a  clinician 
based  unit  (Smith,  1987). 

Conclusion 

In  conclusion,  we  have  not  only  witnessed 
positive  results  at  clinical  centers  similar  to  our 
own  in  Cleveland,  but  have  also  been 
encouraged  by  users  and  clinicians  to  actively 
pursue  the  next  stage  of  the  hand  system,  which 
incorporates  surgical  reconstruction  of  the  hand 
and  permanent  implantable  radio  frequency 
controlled  systems.  Since  results  to  date  in 
Cleveland  are  extremely  encouraging  with 
people  who  have  implantable  FES  systems,  we 
plan  to  build  upon  our  first  successful  technology 
transfer  program  (Keith,  1988).  Our  approach  will 
be  to  move  our  system  towards  being  a  final 
product  to  be  transferred  to  a  manufacturer  for 
widespread  distribution  in  our  health  care 
delivery  system  -  which  is  the  ultimate  goal  of  a 
mature  technology  transfer  project. 
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Introduction 

Naturally  occurring  electrical  fields  in  the 
body  are  Important  for  growth,  remodeling 
and  repair.  Electrical  stimulation  applied 
in  the  treatment  of  acute  and  chronic 
skeletal  injuries  promotes  wound  healing. 
To  evaluate  the  effects  of  electrical 
stimulation  on  the  mechanical  properties 
of  healing  skin,  this  study  used  the  dener- 
vated  limb  trochanteric  pressure  sore 
model  developed  in  pigs  (1),  Twenty  Han- 
ford  mini-pigs  with  trochanteric  pressure 
ulcers  were  subjected  to  electric^  stimu- 
lation applied  to  the  periphery  of  wounds 
for  two  hours  per  day.  Examination  of  the 
biomechanical  properties  of  the  skin,  and 
changes  in  wound  area  and  volume  were 
done  on  previously  wounded  and  healing 
pigskin  subject  to  AC  or  DC  electrical 
sUmulaUon.  The  behavior  of  normal 
pigskin  was  compared  to:  (a)  denervated 
controls,  (b)  denervated  AC  sUmulated. 
and  (c)  denervated  DC  sUmulated  skin. 
Each  treatment  group  was  analyzed 
relating  the  orientation  of  the  healing  skin 
with  regard  to  the  stimulation  electrode. 
DC  and  AC  stimulation  appear  to  enhance 
the  healing  of  pressure  ulcers  by  reducing 
wound  area  and  increasing  the  vascularity 
of  healing  tissue. 

Materials  and  Methods 

A  denervated  limb  trochanteric  pressure 
sore  model  developed  In  house  permitted 
the  use  of  a  2.5  cm  percutaneous  cancel- 
lous bone  screw  for  wound  formation  and 
a  3  cm  diameter  spring  compression 
indenter  to  maintain  a  constant  pressure 
of  800  mmHg  for  3  days.  Reproducible 
and  uniformly  controlled  Grade  3  or 
higher  tissue  ulcers  were  created  in  the 
monoplegic  hind  limbs  of  20  Hanford 
mini-pigs  weighing  10-15  kg.  DenervaUon 
was  accomplished  by  right  unilateral 
extradural  rhizotomies  from  L2  to  SI 


nerve  roots.  Half  of  the  pressure  wounds 
created  over  the  right  trochanter  were 
electrically  sUmulated;  the  other 
unsUmulated  half  of  the  wound  ser\'ed  as 
the  denervated  control.  Specimens  from 
the  opposite  limb  were  used  as  normal 
controls. 

Electrodes  (Encore  Plus)  were  placed  1  cm 
distal  and  proximal  to  the  wound  periph- 
ery. DC  amplitude  was  less  than  1  mA: 
maximum  current  density  In  the  wound 
area  between  electrodes  was  30-80 
uA/cm2.  AC  supplied  from  a 
programmable  current  stimulator 
(Frederick  Haer  Co.)  was  applied  as  a  form 
of  charge  balanced  tetanlzing  current  (4 
sec  ON.  4  sec  OFF)  for  40  Hz  repeUUon 
frequency  and  300  msec  pulse  width.  The 
measured  current  density  was  1189±219 
uA/cm2.  Wounds  were  stimulated  2 
hours/day.  five  days  a  week  for  30  days. 
After  sacrifice  all  limbs  were  kept  frozen  at 
-20°C. 

Mechanical  Testing 

A  dumbbell  shaped  template,  used  to 
ouUine  the  Ussue  area  of  constant 
dimensions  was  centered  through  the 
would  and  surrounding  Ussue.  After 
marking  the  template,  the  entire  skin 
sample  was  shaved,  cut  and  stored  in 
saline.  SecUons  were  oriented  both 
parallel  (through  the  healing  area)  and 
perpendicular  (adjacent  to  the  healing 
area)  to  the  current  flow.  EvaluaUon  of 
specimens  Included  quanUtaUon  of  Ussue 
thickness  at  the  various  regions  using  a 
Mltutoyo  thickness  gauge  to  within  an 
accuracy  of  0.01  mm. 

Dumbbell  shaped  specimens  were  unlaxl- 
ally  loaded  in  tension  unUl  failure  at  an 
extension  rate  of  150  mm/min  on  a 
Chatlllon  test  system.  10  mm  wide 
specimens  had  a  length  to  width  raUo  of 
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6:1.  Mechanical  properties  were  calcu- 
lated from  load  deformation  curves.  The 
maximum  stiffness  was  derived  from  the 
linear  slope  of  the  curve  between  20-80% 
of  the  stress  at  failure.  ANOVA  was  used 
to  analyze  the  data. 

Area  and  Volume  Time  Constants 

At  weekly  Intervals,  changes  in  wound 
area  and  volume  were  obtained  from 
photographs  and  direct  measurements  to 
estimate  the  healing  rate.  Biopsies  were 
obtained  from  the  wound  margin  for 
histomorphometrlc  analysis  of  the  vascu- 
larity of  the  healing  tissues.  The  number 
and  size  of  the  blood  vessels  were  mea- 
sured and  statistically  evaluated  using 
ANOVA. 

Results 

Tables  1  and  11  show  the  mechanical  prop- 
erty data  for  all  tested  skin  specimens 
subject  to  electrical  stimulation.  With  the 
exception  of  strain  values  obtained  for  DC 
stimulated  and  denervated  controls,  there 
were  no  significant  differences  in  the 
mechanical  properties  of  samples  oriented 
perpendicular  to  the  current  flow.  The 
applied  current  caused  no  change  or 
reduction  in  strength  of  the  skin  tissue 
perpendicular  to  the  current  flow.  In 
Table  11,  the  stiffness  values  for  healing 


wound  and  skin  samples  oriented  parallel 
to  the  current  flow  were  reduced  by  nearly 
half  the  values  obtained  for  normal 
controls.  Furthermore,  while  the  strength 
cf  the  healing  tissue  was  less  than  that  of 
normal  skin,  the  applied  current  did  not 
reduce  the  strength  of  healing  wounds 
below  the  unstimulated  values.  StatisUcal 
differences  (p  <0.05)  were  found  only  for 
stress.  Young  modulus  and  stiffness  when 
compared  to  normal  skin.  Samples  ori- 
ented in  ihe  perpendicular  direction  were 
comparable  to  normal  skin  (p=NS). 

The  change  in  wound  area  and  wound 
volume  was  observed  to  follow  an  expo- 
nential function.  The  area  and  volume 
time  constants  were  calculated  by  fitting 
the  measured  wound  area  and  volume  to 
an  equation  of  exponential  form.  Both  AC 
and  DC  stimulation  shortened  the  area 
time  constant,  but  they  had  little  effect  on 
the  volume  time  constant.  (Table  111). 
Histomorphometrlc  analysis  revealed  that 
AC  and  DC  stimulation  increased  the 
number  of  vessels  in  the  healing  tissue. 
DC  stimulation  also  increased  the  vascu- 
lar area. 


TABLE  1 


MECHANICAL  PROPERTIES  OF  PIGSKIN  ORIENTED  PERPENDICULAR 
TO  THE  CURRENT  FLOW 


AC  (N=16) 
DC  (N=9) 

DEN  CONTROL  (N=13) 
NORMAL  (N=45) 


Stress 
(&IPa) 

10.6912.96 
13.06±3.77 
10.66±3.60 
12.25±4.95 


Strain 
(%) 


Modulus 
(MPa) 


60.15±31.02  21.77±11.03 

76.44±18.49'  17.63±4.90 

54.03±15.30*  22.05±11.08 

73.43±32.72  20.06±  10.22 


Stiffoess 
(N/mm) 

24.5±11.9 
22.5±7.7 
25.0+10.9 
20.8±8.1 


*  p<.05  versus  control 
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TABLE  n 

MECHANICAL  PROPERTIES  OF  PIGSKIN  ORIENTED  PARALLEL 
TO  THE  CURRENT  FLOW 


AC  (N=18) 
DC  (N=12) 

DEN  CONTROL  (N=15) 
NORMAL  {N=43) 

•  p<.05  versus  control 


Stress 
(MPa) 

6.67+3.92* 
4.73±2.60» 
4.90±2.42» 
10.87+3.90* 


Strain 
(%) 

55.07+28.57 
61.92130.58 
45.65126.57 
58.17120.91 


Modulus 
(MPa) 

12.8817.63* 
7.5813.28* 
11.2718.36* 
20.4518.67* 


Stiffiiess 
(N/mm) 

17.1111.0* 
14.618.4* 
15.218.1* 
27.7111.0* 


TABLE  m 

VASCULARITY,  WOUND  AREA  AND  WOUND  VOLUME  TIME  CONSTANTS 


AC 

21.618.0* 
31.6113.4 


AC 

9.4+2.5 
4.010.6 


Blood  Vessel 

Number  (/mm^) 

Area  (xlO-3  mm^/mm^) 


Time  Constant 

Area  (days) 
Volume  (days) 

*  p<.05  versus  control 
Conclusion 


The  mechanical  properties  of  healing 
pigskin  are  modified  and  show  a  direc- 
tional variation  when  electrically  stimu- 
lated. Both  AC  and  DC  stimulated 
wounds  showed:  (1)  a  reduced  healing 
time  when  compared  to  controls  and  (2) 
enhance  the  healing  of  pressure  ulcers  by 
reducing  wound  area  and  Increasing  the 
vascularity  within  healing  tissue. 
Electrical  stimulation  may  stimulate 
wound  healing  by  orienting  collagen 
formation  in  a  pattern  similar  to  normal 
skin  even  in  the  abticnce  of  neural 
Influences. 


DC 

19.218.2* 
52.8117.2* 


DC 

9.713.1 
5.312.5 


Denervated 
Control 

9.413. 1 
31.6113.9 

Denervated 
Control 

13.517.5 
5.112.3 
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IMPROVED  GAIT  AND  MOTOR  CONTROL 
POST  HEAD  INJURY 
FOLLOWING  FNS  EXERCISE  AND  GAIT  TRAINING 
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ABSTRACT 

Conventional  neurorehabilitation 
techniques  are  often  not  adequate  to 
restore  walking  and  motor  control 
following  traumatic  head  injury.  In 
this  case  study,  the  sr»3ject  was 
treated  using  an  FNS  sytjtera  with 
intramuscular  electrodes  and  a 
multi-channel  stimulator.  Treatment 
included  2  1/2  years  of  FNS-driven 
gait  training  and  exercise.  The 
subject  improved  from  chair 
dependent  to  walking  50  feet  with 
one  cane.  Muscle  function  improved 
several  muscle  test  grades.  The 
degree  and  timing  of  improvements 
are  beyond  clinical  expectation  of 
spontaneous  recovery.  Results 
indicate  the  importance  of  a  future 
controlled  study. 

INTRODUCTION 

Following  traumatic  head  injury, 
conventional  neurorehabilitation 
techniques  are  often  inadequate  to 
restore  walking  and  motor  control. 
This  case  study  investigated  the 
results  of  using  an  intramuscular 
electrode  FNS  system  to  improve  gait 
and  motor  control. 

METHODS/MATERIALS 

SUBJECT 

The  subject  was  a  23  year  old  male 
with  a  traumatic  head  injury.  A 
bullet  was  excised  from  his  motor 
cortex  along  with  surrounding 
damaged  tissue.  He  was  in  a  coma 
for  21  days,  after  which  he  was 
triplegic.         He    participated  in 

inpatient  rehabilitation  for  6 
months;  at  the  time  of  discharge,  he 
was  paretic  in  both  lower  limbs  and 
had  a  mild  coordination  defict  in 
the  right  upper  limb. 

He  entered  the  research  program  6 
months     post     injury.  He  was 

completely  unable  to  move  the  right 
leg  for  swing  initiation.  He  moved 
the  left  leg  in  a  flexion  reflex 
pattern  only.     He  was  able  to  bear 


weight  on  both  limbs  as  long  as 
extensor  spasticity  was  operative. 
Bilateral  voluntary  quadriceps 
strength  and  control  was  poor. 

TREATMENT  METHODS 

Subject  SX  performed  FNS  exercise 
and  gait  training  three  times  weekly 
over  a  period  of  2  1/2  years 
(excluding  2  months  per  year  for 
vacation) .  The  exercise  and  gait 
training  was  provided  using 
intramuscular  electrodes  and  leads 
exiting  through  the  skin  to  connect 
to  a  portable  stimulator. 

Figure  1  illustrates  the  two  FNS 
treatment  phases  A  and  B.  In  Phase 
A,  FNS-driven  gait  practice  was 
provided  for  10  months.  In  phase  B, 
three  interventions  were  added:  FNS 
walking  speed  control ;  FNS-driven  or 
assisted  exercise  for  isolated  joint 
movement  control;  standing 
alignment/balance  control  exercise  . 

Muscle  Implantation  Procedures  And 
Equipment 

Muscle  testing,  video  dc jumentation, 
and  visual  movement  analysis  were 
performed  to  detect  motor  control 
dysfunction.'  Electrodes  were 

implanted  in  those  muscles 
exhibiting  dysfunction  in  isolated 
movement  control  and/or  in  gait 
pattern  movement.  Muscles 
implanted  were:  left  gluteus 
maximus,  quadriceps  femoris, 
posterior       tibialis,  anterior 


PHASE  A       1                       PHASE  B 

[  STANDING  BALANCE  EXEBCtSf 

1  FNS  ASS»SnO  /  OWVEN  EXEftOSE 

1  FOn  tSOLATEl)  JCTNT  MOVEMENT 

f— 

'  rNS  GAIT 

'  SPttO 

'  CONTROt 
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tibialis,  gastrocnejnius/eoleus, 
peroneus  longus/brevis;  right 
sartorius,  gracilis,  gluteus 
maximus,  gluteus  medius,  posterior 
adductor,  biceps  femoris  short  head, 
quadriceps  femoris,  tensor  fasciae 
latae,  peroneus  longus/brevis, 
anterior  tibialis. 

Electrode  implantation  was  performed 
using  a  local  anaesthetic.  The 
electrode  was  made  from  fine  10- 
strand  stainless  steel  Teflon-coated 
wire,  with  polypropylene  core  for 
durability  and  a  double  helical 
configuration  for  flexibility.'' 

Control  of  Stimulation 

A  specialized  computer  program. 
Vortex'  was  developed  to  be  used  on 
a  Digital  Equipment  corporation 
MicroVAX  II  to  create  FNS  patterns. 
This  program  provided  capability  to 
devise  a  stimulation  pattern  using 
all  the  implanted  muscles  in 
multiple  combinations  and  timing 
variations.  The  portable,  stimulator 
was  based  on  a  V40  (NEC) 
microprocessor.  Preprogrammed 
patterns  w^re  used  in  daily  sessions 
for  exercise,  gait  training,  walking 
endurance,  stair-climbing,  side  and 
backstepp  ing . 

Data  Collection 

Video  documentation  of  functional 
capability  was  made  using  a 
Panasonic  Industrial  Camera  and  a 
SONY  U-Matic  Cassette  Recorder  (VO- 
5600) .  Muscle  function  was  tested 
using  standard  manual  muscle  test 
positioning,  along  with  goniometric 
measurement  of  active  movement. 

RESULTS 

WALKING  CAPABILITY 

Overall,  Subject  SX  improved  from 
chair  dependency  to  walking  50  feet 
repeatedly  with  1  cane   (Figure  2)  . 

Fatigue  and  ankle  instability 
prevented  him  from  ambulating  longer 
distances  without  the  FNS.  With 
FNS,  he  was  able  to  walk  one  mile. 


VOLUNTARY  JOINT  MOVEMENT  IN  THE 
RIGHT  LOWER  EXTREMITY 

Muscle  Test  Results.  Figure  3  shows 
change  in  muscle  function  of 
selected  right  lower  extremity  major 
muscle  groups  over  a  28  month 
period.  Conventional  muscle  testing 
procedures  were  used  (except  in  the 
case  of  the  right  knee  extensors 
which  lacked  5  degrees  of  extension 
during  sitting,  but  could  hold 
against  maximum  resistance) .  Hip 
and  knee  flexors  and  extensors 
showed  improvement  beginning  at 
month  6,  with  greatest  additional 
improvement  between  month  22  and  28. 

DISCUSSION 

Correlation  of  Treatment  With 
Improvements.  The  first  dramatic 
improvement  occurred  during  Phase  A 
in  which  FNS-driven  gait  was 
provided.  Phase  B  was  initiated 
(FNS-driven  exercise  for  isolated 
joint  movement  control)  at  month  10 
because  very  little  change  in  muscle 
function  (Fig.  3)  was  observed 
between  month  6  and  10.  Three 
months  after  initiation  of  Phase  B, 
improvements  were  documented  in  hip 
and  knee  flexors  (Fig  3) . 

By  month  18  in  the  study.  Subject  SX 
was  2  years  post  injury.  From  a 
clinical  perspective,  at  two  years 
post  injury  ,  one  would  expect  that 
most  spontaneous  recovery  would  have 
already  occurred.  However,  from 
month  22  to  30  in  the  study,  the 
muscles  deiuonstrated  aciditiona] 
recovery.  Improved  muscle  function 
is  reflected  in  the  improved  ability 
to  walk,  using  canes  at  month  26. 

Significance  of  the  Studv.  There  was 
no  control  for  r.pontaneous  recovery 
in   this   case   study.      However,  in 

Spontaneous  recovery  from  head 
injury,  one  would  not  expect  the 
degree  nor  the  timing  of  the 
recovery  documented  in  this  case. 
These  results  indicate  that  a 
controlled  study  may  be  of  value  to 
determine  the  effects  of  using  IM 
electrode  FNS  driven  exercise  and 
gait,  designed  to  improve  voluntary 
motor  control  post  head  injury. 
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Figure  3.  CHANGE  IN  MUSCLE  FUNCTION  OVER  28  MONTHS 


FIGURE  2.    CHANGES  IN  VOLUNTARY  GAIT  CAPABILITY 
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ABSTRACT 

This  paper  further  elucidates  some  of  the  concerns  of  access  to  a 
graphical  user  interface  (GUI)  through  scanning  presented  earlier 
by  the  author  and  describes  an  ongoing  invesUgaUon.  Details  arc 
provided  that  illustrate  the  specific  problems  that  arise  when 
providing  equivalent  funcUons  to  the  mouse  to  select  text  for 
manipulation  using  various  scanning  soluUons.  These  soluUons  are 
implemented  using  the  most  recent  version  of  WiViK"  a  visual 
keyboard  for  Windows  3.0«  and  OS/2  2.0*.  Five  different  stniic- 
gies  arc  compared. 

BACKGROUND 

Earlier  papers  by  the  author  and  his  research  team  have  pointed  out 
the  significance  and  problems  associated  wiUi  dirvct  manipulation 
in  a  graphical  user  interface  (GUI)  1 1,  2].  SoluUons  have  been 
proposed  and  studied  rclaUng  to  poinUng  devices  and  in  Jic  'jsc  of 
visual  keyboards  displayed  on  a  computer  .screen  1 5 1.  A  software 
product.  WiViK.  a  visual  keyboard  for  Windows  3.0  has  been 
developed  that  resolves  mo.st  concerns  associated  with  on-screen 
kcyboanls  used  with  pointing  devices  |41.  However,  i.ssucs  related 
to  scanning  are  sUll  unresolved  and  are  under  current  invcsUgation. 
SclecUon  of  chunks  of  lext.for  ediUng  is  a  lask  in  which  a  poinUng 
device  excels,  while  posing  a  daunUng  problem  for  the  scanning 
user.  Here,  the  user  must  posiUon  the  pointer  to  indicate  insertion 
poinLs  and  to  mark  blocks  of  tcrt  for  editing  (e.g.,  cutting,  copyino 
pasung.  and  formatung).  In  addiUon  to  inu.rporaUng  cur.si)r 
movements  as  sclccUon  .set  items  within  the  visual  keyboard  a 
typical  soluUon  is  to  include  block  actions  ^e.g..  sclaUng  the  next 
or  previous  character,  word,  sentence,  or  paragraph). 

Informal  ob.scrvaUons  of  this  approach  suggest  Unit  it  is  not  ideal 
becaasc  it  requires  the  u.ser  to  make  repetitive  .scletUoiis  of  cur^ior 
movement  keys  while  shifUng  attention  between  the  text  and  the 
visual  keyboard.  Between  sclecUons,  the  user  mu.st  dwidc  what 
command  to  choose  next.  Tlie  result  is  slow,  awkward  interaction 
prone  to  errors  m  proportioi,  to  the  many  .selections  made. 
A  new  alternate  access  system  (or  the  Macintosh,  Ke  Nx 
provides  the  user  with  a  roving  pointer  cursor  that  inoves'rscmis)  in 
the  (lirccuon  selected  by  the  user.  By  directing  the  pointer  cursor 
the  u.ser  has  full  access  to  manipiilaUng  texi/cUita  and  all  GUI 
gadgets.  Nonnal  scanning  within  a  visu;il  keyboatxl  is  al.so 
provided  for  text  entry,  thus  the  user  can  emulate  both  the  key- 
txxird  and  poinUng  device  with  scanning.  This  appears  to  be  a  gcxxl 
soluuon.  but  IS  the  user  really  achieving  direct  manipulaUon'' 
Repeutive  movement  and  attenUon  switching  between  the  roving 
pointer  cursor  and  items  in  a  visual  keyboard  can  be  a  frustrating 
expcnetK-e.  Stopping  the  curstir  at  a  precise  location,  e.g  .  between 
two  characters,  requires  very  good  physical  control.  'Bumping'  the 
cursor  one  or  a  few  pixels  is  po.ssible.  but  time  consuming. 
Clearly,  more  research  is  required  to  develop  soluUons  that  are 
funcuonal  and  benefit  the  user.  Some  preliminary  work  had  been 
undertaken  into  ihe  manipulaUon  of  text  through  samning  blreks 
of  text  in  succession  from  paragraphs,  through  .sentences,  words 
and  characters  |3|.  A  more  stringent  examinaUon  and  amilysis  of 
the  issues  related  to  selciUng  text  through  scanning  is  sUll  required 
so  thiit  we  can  design  more  effccUvc  solutions,  mil  just  novel 
sol-ilions 


GOAL 

The  goal  of  the  current  invcsUgation  is  to  compare  the  effecUve- 
noss  and  rclaUve  merits  of  several  cursor  movement  scanning 
strategics  for  sclccUng  chunks  of  text  for  manipulaUon  and  to 
suggest  reasons  for  sclccUng  a  particular  strategy.  Four  diffcirat 
strategies  for  moving  the  iascrtion  point  cursor  within  a  text  editor 
by  sclccUng  movement  commands  within  a  visual  kcyboani  arc 
being  studied.  A  fifth  strategy  involving  ii  roving  screen  pointer 
cursor  is  also  being  examined. 

These  strategics  arc  applied  to  a  common  visual  keyboanl  layout 
with  a  single  scanning  technique.  Examples  presented  here  assume 
that  the  user  is  employing  row-column  scanning  using  two 
switches;  one  switch  to  make  sclccUons.  the  second  switch  to 
escape  out  of  an  undcsired  scanning  sequence.  The  issue  under 
consideraUon  is  not  how  to  effccUvely  scan  and  use  switches,  but 
how  to  effccUvely  employ  strategies  to  get  the  most  out  of  the 
scanning. 

It  is  recognized  that  individual  motor.  cogniUve.  and  visual- 
perveptual  abiliUes  and  their  limiiaUons  due  to  disability,  may  in 
the  end  dictate  the  effccUveness  of  a  strategy  independent  of  its 
menus  or  disadvantages.  Therefore,  a  sub-objccUvc  is  to  gain  an 
understanding  of  the  mechanisms  by  which  users  react,  adapt,  and 
strategically  employ  each  of  the  strategies. 

Testing  of  the  strategies  with  users  is  underway  and  final  data  is 
not  yet  available.  Therefore,  this  paper  is  limited  to  idenUficaUon 
of  the  user  demands  and  a  discu-ssion  of  the  advantages/disadvan- 
tages of  each  .strategy  based  upon  preliminary  obscrvaUons. 

STRATEGY  DESCRIPTIONS 

/.  Standard  cursor  movement 

llie  standard  method  is  to  repeatedly  select  movement  keys  from 
wiihm  the  visual  keyboard  to  move  the  inserUon  cursor  over  the 
text  one  step  at  a  Uine.  Visual  keyboard  keys  may  be  defined  to 
move  the  cursor  in  blocks  (word,  paragraph,  home.  end.  page  up 
and  page  down)  if  ihc  text  editor  suppoTiS  such  funcUonality. 
Fonunately.  most  applicaUons  today,  such  as  those  within  Win- 
dows 3.0  provide  these  capabiliUes  in  a  generally  consistent 
fashion  across  applications.  Keys  may  also  be  designed  to  send  a 
macro  set  or  scries  of  keys. 

2.  Repeating  keystrokes 

An  enhaneemcnt  to  the  standard  method  is  to  allow  selected  keys 
within  the  visual  keyboaid  to  repeat  continuously  unUl  slopped  by 
tlic  user.  For  example.  acUvating  a  switch  to  select  a  key  may 
iniUate  rcpcaUng;  acUvaUng  the  switch  again  may  then  stop  the 
action  and  allow  scanning  of  the  visual  keyboard.  This  is  analo- 
gous to  holding  down  a  key  on  the  keyboard  to  repeat  iu 

3.  Imbedded  multiple  repealing  keystrokes 

A  further  enhancement  is  to  imbed  muIUple  repcaUng  keystroke 
acUons  within  a  single  visual  keyboaid  macro  key.  One  key  may 
be  defined  to  move  the  cursor  first  by  paragraphs,  then  by  lines, 
words,  and  characters.  Another  key  may  be  defined  to  move  first 
by  lines,  then  by  words,  and  characters:  and  another  by  words 
followed  by  ctmraeters.  RcpeaUng  single  character  movement  keys 
would  remain.  Each  rcpcaUng  acUon  would  be  stopped  and  the 
next  one  iniUatcd  by  a  switch  acUvaUon.  With  this  strategy,  it  is 
nacssary  provide  a  saond  switch  as  an  'escape"  so  that  this  user 
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can  exit  from  the  sequence  of  repealing  levels  al  any  time  to 
prevent  ovetshooting  the  target 

4.  Emulating  the  visual  keyboard  scanning  method  with  the  text 
By  using  the  strategy  of  imbctWing  multiple  repeating  keystrokes, 
it  is  possible  to  emulate  the  same  visual  keyboard  scanning 
teclmique  to  select  text  Rather  than  moving  the  insertion  point 
cursor  within  the  text  area,  blocks  of  text  are  highlighted  in 
succession.  The  user  focuses  on  the  target  and  waits  until  it  is 
highlighted  by  a  block.  When  highlighted,  the  user  activates  their 
switch  and  waits  again  until  it  is  highlighted  by  the  next  .smaller 
size  block.  This  is  repeated  until  the  desired  location  is  reached. 

With  row-column  scanning,  the  lines  of  text  could  be  viewed  as 
rows;  words  as  columns  of  smaller  rows;  and  characters  as 
columns  within  a  word.  In  comparison  to  the  previous  suatcgy,  the 
starting  point  for  the  scanning  would  be  consistent,  e.g.,  from  the 
left-most  word  of  a  line,  and  the  left-most  character  of  a  word. 

5.  Roving  cursor 

An  entirely  different  approach  is  to  apply  the  scanning  technique  to 
the  pointer  cursor  (i.e.,  the  cursor  that  typically  moves  with  the 
mouse)  as  with  the  Ke:Nx.  Hence,  the  heading  (or  direction  of 
movement)  of  the  cursor  can  rotate  continuously  or  in  fixed  steps 
at  some  scan  interval  to  set  a  heading  to  move,  and  it  can  move 
aiong  that  heading  in  a  similar  scanning  fashion.  The  intent  is  to 
emulate  the  actions  of  the  mouse.  Both  heading  rotation  and 
distance  movement  keys  must  be  included  within  the  visual 
keyboard.  With  this  strategy  the  pointer  cursor  is  'blind'  to  the  text 
beneath  it,  while  the  insertion  cursor  movement  techniques  allow 
movement  relative  to  the  units  of  text.  The  roving  cursor  strategy 
has  the  power,  however,  of  being  able  to  move  anywhere  within 
the  GUI.  A  technique  of  displaying  the  heading  through  a  line  from 
the  tip  of  the  cursor  is  introduced  here  as  a  way  of  improving 
feedback  to  the  user. 

USER  ACTIONS 

The  actions  that  the  usa  must  follow  for  each  strategy  arc  now 
described  for  moving  the  insertion  point  to  a  target  location. 
Selecting  a  block  of  text  then  requires  selecting  an  extend  function 
followed  by  a  repetition  of  the  actions  to  select  the  end  point  of  the 
text  block.  Each  of  the  first  four  sUatcgies  can  be  applied  using  a 
similar  looking  visual  keyboard  as  shown  in  the  figure  below,  the 
look  is  the  same  in  all  ca-scs,  but  the  actions  vary: 
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Figure  1:  Possible  visual  keyboard  display  of  cursor  movement 
keys  for  the  first  4  strategies. 


The  first  four  strategics  share  the  initial  steps  described  below: 

•  locate  target 

•  locate  insertion  cursor 

•  compare  target  location  with  insertion  cursor  and  decide  upon 
the  largest  cursor  movement  key  (block  unit)  that  will  bring  the 
Insertion  point  closest  to  the  target 

•  select  the  appropriate  cursor  movement  key 

The  remaining  steps  arc  described  below: 


/.  Standard  cursor  movements 

•  repeat  the  basic  steps  listed  above  until  the  target  is  reached 

2.  Repeating  keystrokes 

•  continuously  observe  the  insertion  cursor  move  and  compare  its 
position  with  the  target  to  ensure  that  it  does  not  overshoot  the 
target 

•  slop  the  repeating  cursor  movement  action  at  the  point  where 
the  next  movement  would  overshoot  the  target 

•  repeat  prior  steps  with  smaller  units  of  cursor  movements  until 
the  target  is  reached 

3.  Imbedded  multipk  repeating  keystrokes 

•  continuously  observe  the  insertion  point  move  and  compare  its 
position  with  the  target 

•  stop  the  repeating  cursor  movement  action  at  the  point  where 
the  next  movement  would  overshoot  the  target;  or  escape  out  of 
the  sequence  of  repeating  cursor  movement  levels  if  the  next 
movement  level  would  overshoot  the  target  (if  escaping,  it  is 
necessary  to  repeat  the  steps  from  the  beginning  until  the  target 
is  reached) 

•  repeat  the  previous  two  steps  with  the  successive  movement 
levels  defined  for  the  selected  key  until  the  target  is  reached 

4.  Emulating  the  visual  keyboard  scanning  method  with  the  text 

•  continuously  observe  the  blocks  of  text  being  highlighted 

•  stop  the  repeating  highlighting  action  at  the  point  when  the 
target  is  contained  witliin  the  highlighted  block  or  escape  out  of 
the  repeating  sequence  to  select  the  highlighted  block 

•  repeat  the  previous  two  steps  with  the  successive  block  move- 
ments levels  defined  for  the  selected  key  until  the  target  is 
reached 

5.  Roving  cursor 

•  loc?le  target 

•  locate  pointer  cursor 

•  identify  cursor  heading  by  selecting  a  visual  keyboard  key  to 
display  the  heading  (optional) 

•  compare  cursor  heading  with  heading  towards  the  target  and 
da-ide  upon  the  largest  available  rotation  that  will  bring  the 
pointer  heading  in-line  with  the  target 

•  select  the  appropriate  heading  rotation  key  within  the  visual 
keyboard 

•  continuously  observe  the  heading  line  rotate  and  compare  with 
the  target  to  ensure  that  it  docs  not  rotate  past  the  target 

•  stop  the  repeating  rotation  action  at  the  point  where  the  next 
rotation  would  overshoot  the  target  or  escape  out  of  the 
sequence  of  repeating  rotational  levels  if  the  next  rotational 
level  would  overshoot  the  target  (if  escaping,  it  is  necessary  to 
repeat  the  steps  from  the  beginning  until  the  heading  intersects 
the  target) 

•  repeat  the  previous  two  steps  with  the  successive  rotational 
levels  (smaller  angle)  defined  for  the  selected  key  until  the 
target  is  intersected 

•  compare  target  location  with  pointer  cursor  and  decide  upon  the 
largest  available  cursor  movement  (distance  unit)  key  that  will 
bring  the  pointer  cursor  closest  to  the  target 

•  repeat  the  above  steps  using  the  cursor  movement  keys  as  in  the 
previous  strategy  until  the  target  is  reached 

DISCUSSION 

/.  Standard  cursor  movements 

This  strategy  is  the  most  obvious  implementation  and  can  be 
readily  implemented  with  any  visual  keyboard.  The  drawback  is 
that  it  is  very  slow  and  demanding.  To  speed  up  cursor  movement 
and  reduce  selections  within  the  visual  keyboard  the  user  must 
carefully  choose  efficient  block  cursor  moves.  Each  single  cursor 
movement  demands  a  selection  from  within  the  visual  keyboard 
and  requires  the  user  to  constantly  alternate  attention  between  the 
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keyboard  and  ihc  text  Wilh  every  shift  in  allcniion  ihc  user  nmsl 
rc  orienl  themselves  wilh  respcci  to  ihc  focus  of  activity.  There  is  a 
constant  potential  of  losing  sight  of  the  target  and  the  insertion 
point,  thus  increasing  search  lime.  The  number  of  sv^ilch  activa- 
tions (and  possibility  of  error)  associated  with  scanning  (at  Icasl  2 
activations  per  selection)  rises  directly  in  proportion  to  the  numba 
of  steps  that  the  user  must  make. 

2.  RepeaOng  keystrokes 

Immediate  performance  improvements  can  be  expected  with  this 
strategy  because  it  eliminates  the  need  to  scica  a  key  more  than 
once  if  it  is  to  be  repeated.  Thus  one  key  may  be  repeated  n  times 
wilh  only  2  switch  activations  within  the  visual  keyboard  and  I 
activation  to  stop  the  repealing,  that  otherwise  would  require  2*n 
activations.  The  number  of  attention  shifts  between  the  keyboard 
and  the  text  would  also  be  reduced  to  once  per  selection.  While  the 
cursor  is  stepping  through  the  text,  all  attention  is  placed  on  the 
text  However,  the  user  must  still  be  vigilant  in  comparing  the 
location  of  the  insertion  cursor  and  the  target  with  every  step  the 
insertion  cursor  makes.  Since  it  is  'easy'  for  the  stepping  insertion 
cursor  to  do  most  of  the  work,  efTicient  jumps  to  the  target  may  be 
ignored,  such  as  with  the  home,  end,  page  up,  and  page  down  keys. 

3.  Imbedded  multiple  repeating  keystrokes 

This  su-alegy  further  eliminates  the  need  to  shift  attention  between 
the  visual  keyboard  and  the  text.  Any  target  position  within  a  body 
of  text  might  then  be  reached  through  the  selection  of  a  single  key, 
provided  the  user  makes  no  enrors.  The  total  number  of  switch 
activations  levels  off  at  a  maximum  of  2  activations  within  the 
visual  keyboard  plus  up  to  4  activations  while  stepping  through  the 
text.  Thus,  this  strategy  is  somewhat  independent  of  the  distance 
travelled.  The  advantages  of  this  strategy  are  diminished  by  the 
demands  associated  with  the  vigilance  required  in  comparing  the 
insertion  cursor  and  target  location  and  in  deciding  when  to 
activate  the  switch  to  move  to  the  next  repealing  movement  action 
to  ensuie  that  the  cursor  does  not  overshoot  the  target.  Also,  the 
use  of  a  second  switch  as  an  escape  mechanism  becomes  essenlial 
so  that  the  user  can  exit  at  any  level  of  block  movement.  However, 
even  if  oveishooling  occurs,  error  correction  can  be  achieved 
rapidly  by  repealing  the  process  although  at  a  cost  of  further 
similar  switch  activation.':. 

4.  Emulating  the  visual  keyboard  scanning  method  wilh  the  text 
The  number  of  required  switch  activations  with  this  sU^itegy  is  the 
same  as  the  previous  one  but  there  arc  two  subtle  differences,  Die 
first  relates  to  the  feedback  associated  with  the  highlighting  block 
versus  the  moving  cursor.  Wailing  until  the  target  is  contained 
within  a  highlighted  block  facilitates  the  decision  as  to  when  to 
make  switch  activations.  The  second  difference  is  that  movement 
always  starts  from  the  lop  or  left-most  position  of  the  previous 
block  because  there  is  no  insertion  point  for  relative  movement  as 
with  the  previous  strategies.  Thus,  the  number  of  movemenl  steps 
may  be  greater, 

5.  Roving  Cursor 

This  strategy  is  similar  to  the  imbedded  repealing  scan  strategy 
except  that  it  may  require  twice  as  many  switch  aciivalions— a 
minimum  of  two  selcciions  (rotation  and  distance)  or  a  base  of  4 
activations  plus  up  to  2*4  activations  (if  4  rotation/movement 
levels  are  defined)  to  rotate  and  move  the  cursor.  Linking  move- 
ments directly  following  rotations  is  possible  but  not  feasible  since 
particular  distance  movements  do  not  logically  follow  the  setting 
of  a  heading.  Hence,  it  would  be  necessary  to  have  a  variety  of 
starting  distances  associated  with  each  starting  rotation. 

For  users  familiar  with  a  mouse,  this  approach  may  seem  intui- 
tive— simply  point  to  where  you  want  the  cursor  to  move  and  then 
step  towards  it  along  a  straight  line.  Generally,  a  user  may  go  from 
one  point  to  any  other  point  on  the  screen  with  one  heading  selling. 
However,  accuracy  of  the  poinling  decreases  wilh  distance  from 


the  starting  point  of  the  cursor  since  the  arclangen!  of  the  angle 
swept  by  the  rotation  increases  with  distance. 

Movement  acrtjss  a  window  may  be  enhanced  by  examining  the 
window  and  determining  its  dimensions  and  moving  ntolive  to  it 
(This  is  feasible  due  to  the  technical  design  of  GUIs.)  For  example, 
distance  movements  may  be  in  relative  amounts  of  the  window 
such  as  quarters,  and  quarters  of  quarters  and  so  on.  This  stratcg  y 
may  also  be  enhanced  by  sweeping  out  a  pie  segment  in  fiwnt  of 
the  heading,  analogous  to  highlighting  a  row  of  text  In  a  manner 
similar  to  the  fourth  strategy  above,  the  user  would  activate  a 
switch  to  stop  scanning  when  the  target  is  included  within  the 
highlighted  area. 
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Abstract 

Speech  and  sound  are  being  used  more  and  more  in 
computer  and  information  systems  which  had  previ- 
ously been  strictly  visual.  As  the  use  of  sound  is  incor- 
porated more  and  more  into  these  systems,  individuals 
who  are  deaf  are  going  to  face  increasing  difficulties  in 
accessing  and  using  these  systems.  Since  these  will  ap- 
pear in  education  and  employment  as  well  as  daily  liv- 
ing, access  to  these  systems  is  essential. 
A  standard  cross-platform  strategy  for  providing  access 
to  the  sounds  is  proposed,  in  the  form  of  a  ShowSounds 
"switch"  which  could  be  built  into  the  systems.  Flipping 
this  (software)  switch  would  cause  the  information 
being  presented  auditorially  to  also  be  presented 
visually.  This  would  apply  both  to  information 
presented  by  the  operating  system  and  to  individual  ap- 
plication programs  that  supported  this  capability.  This 
visual  annotation  would  go  beyond  just  captioning,  and 
would  include  other  visual  display  as  necessaiy  to  con- 
vey any  important  information  presented  auditorially. 

Background 

Currently,  people  with  hearing  impairments  have  little 
or  no  difficulty  in  using  computers.  The  use  of  sound  as 
a  standard  feature  has  been  minimal,  usually  no  more 
than  a  "beep."  Often,  the  beep  is  accompanied  by  some 
other  indication  of  the  error,  so  that  missing  the  beep  is 
not  critical  to  operation. 

However,  the  increasing  sophistication  and  quality  of 
synthetic  and  digital  speech  technology  has  made  it 
easier  and  more  desirable  for  computer  companies  and 
applications  software  companies  to  consider  incorpo- 
rating more  extensive  use  of  sound  into  their  products, 
including  voice  output.  Where  this  sound  and  music  is 
merely  decoration,  and  is  not  necessaiy  for  the  opera- 
tion of  the  computer  or  program,  no  serious  access 
problem  is  posed.  Where  important  information  con- 
tent is  contained  in  the  audio  portion  of  the  software, 
the  access  issue  becomes  pressing  for  people  who  are 
deaf  or  who  have  severe  hearing  impairments.  As  com- 
puters and  consumer  products  are  slowly  merging  with 
each  other,  and  with  emergency  of  multi-media  educa- 
tion, game  and  information  systems,  the  use  of  sound 
and  speech  is  going  to  escalate.  The  result  is  likely  to 
be  an  ever-growing  body  of  material  and  products  which 
will  be  partially  or  substantially  inaccessible  to  persons 
who  are  deaf  or  who  have  severe  hearing  impairments. 

Proposed  Solution  Strategy 
To  address  this  problem,  it  is  proposed  that  a 
"ShowSounds"  capability  be  introduced  within  multi- 
media, computing,  and  information  technologies.  This 
ShowSounds  capability  would  in  some  ways  resemble 
closed  captioning  of  television  programs,  but  would  also 
support  more  extensive  sound  annotation  capabilities. 


Like  closed  captioning,  the  ShowSounds  capability 
would  allow  users  to  indicate  whether  they  wanted  to 
have  sound  annotation  visible.  For  individuals  who 
could  hear,  the  ShowSounds  feature  would  be  entirely 
invisible.  However,  if  an  individual  had  a  severe  hear- 
ing impairment,  or  was  in  an  environinent  where  noise 
interfered  with  hearing,  they  could  turn  on  the  Show- 
Sounds  "switch"  or  setting.  Once  the  ShowSounds  was 
turned  on,  the  audiovisual  material  would  automatically 
provide  visual  annotation  for  all  important  auditoiy 
information. 

More  Diverse  Visual  Annotation 
Since  the  computer-based  information  and  multi-media 
systems  have  considerably  more  intelligence  and 
graphic  capabilities  than  television,  the  types  of  anno- 
tation that  could  be  provided  could  also  be  more  di- 
verse. For  example,  with  ShowSounds  turned  on,  a 
program  presenting  information  via  speech  would  au- 
tomatically begin  showing  captions  as  well.  Another 
program  which  used  a  rising  and  falling  tone  to  indicate 
information  would  simultaneously  display  a  small  scale 
with  a  rising  and  falling  pointer  to  correspond  to  the 
tones.  Beeps  or  other  tones  meant  to  draw  one's  atten- 
tion back  to  the  screen  would  be  accompanied  by  a 
screen  flash  or  other  visual  event  substantial  enough  to 
catch  one's  attention  if  one  were  looking  at  the  key- 
board or  elsewhere.  In  this  fashion,  video  annotations 
could  be  tailored  to  best  present  the  auditoiy  informa- 
tion in  a  visual  format. 

System  Support  for  ShowSounds  'Visual  Annotation 
In  order  to  facilitate  the  implementation  of  visual  an- 
notation and  to  encourage  the  use  of  standard  ap- 
proaches, tools  or  utilities  can  be  built  directly  into  the 
operating  systems  of  computers  or  information  appli- 
ances. All  of  the  modern  operating  systems  have  exten- 
sive toolboxes  which  application  programs  use  for  cre- 
ating windows,  dialog  boxes,  menus,  etc.  These 
toolboxes  could  be  extended  to  also  include  tools  for 
captioning,  flashing  sections  of  the  screen,  or  other  vi- 
sual annotation  techniques.  Developers  of  applica- 
tions/products which  incorporate  voice  or  information- 
carrying  sounds  could  then  easily  add  the  visual  anno- 
tation capabilities  to  their  applications/products  by 
making  use  of  these  built-in  tools. 
The  basic  system  would  also  have  to  support  some  user- 
accessible  ShowSounds  "switch."  In  computers,  this 
would  typically  show  up  in  the  control  panel  for  the  op- 
erating system,  the  same  place  where  one  adjusts  the 
volume  of  the  computer,  the  sensitivity  of  the  mouse, 
the  keyboard  repeat,  etc.  By  having  this  ShowSounds 
switch  located  at  the  operating  system  level,  an  individ- 
ual would  be  able  to  turn  the  switch  on  once  when  they 
sat  down  at  the  computer,  and  all  programs,  applica- 
tions, and  system  functions  using  sounds  would  check 
the  switch  and  present  visual  annotation  of  sound 
events. 
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As  computers  incorporate  tcxt-to-spcech  capabilities  di- 
rectly into  their  operating  systems,  an  auto-captioning 
capability  could  be  included.  In  this  fashion,  text  sent  to 
the  computer's  operating  system  to  be  spoken  could  be 
automatically  displayed  as  a  caption  as  well.  This  would 
relieve  the  application  software  of  this  task,  and  make 
the  captioning  feature  work  even  with  non-Show- 
Sounds-aware  programs.  This  auto-captioning  feature 
should  have  a  software  over-ride  that  would  allow  the 
application  software  to  prevent  an  item  from  being 
captioned.  This  would  be  useful  in  a  number  of  in- 
stances: spelling  tests  (where  children  who  can  hear 
might  turn  it  on,  so  that  they  could  see  how  to  spell  the 
words  being  presented);  situations  where  the  text  being 
read  aloud  is  already  present  on  the  screen;  and  situa- 
tions where  the  application  program  would  like  to  pro- 
vide shorter  or  differently  worded  captions.  The 
application  program  would  also  be  able  to  specify 
where  on  the  screen  the  caption  would  appear,  so  that 
the  caption  could  be  positioned  so  as  not  to  obscure  im- 
portant information  on  the  screen. 

As  companies  such  as  Apple,  IBM  and  Microsoft  begin 
developing  multi-media  control  utilities,  it  will  be 
important  to  build  in  the  necessary  tools  to  facilitate 
access  by  individuals  who  have  hearing  and  other 
impairments. 

Plan  for  Implementation 

Implementation  of  this  recommendation  could  be  car- 
ried out  in  stages.  In  fact,  it  would  need  to  be,  since  the 
later  stages  require  built-in  text-to-speech  capabilities 
which  are  not  a  standard  part  of  computer  operating 
systems  today. 

The  stages  for  implementation  by  operating  system  and 
base  platform  manufacturers  would  be: 

Stage  I:  Implementation  of  ShowSounds  Switch  by 
Operating  System  Manitfacturtrs 

1)  Inclusion  of  a  ShowSounds  switch  in  the  control 
settings  for  the  operating  system  by  operating 
system  manufacturers; 

2)  Implementation  of  visual  events  to  correspond 
to  any  sounds  created  by  the  operating  system; 

Stage  II:  Support  for  ShowSounds  by  Applications 
Programs 

3)  Provision  of  visual  indication  of  any  important 
sound  events  created  by  application  program  if 
ShowSounds  is  switched  on; 

Stage  III:  Provision  of  Sound  Annotation  Tools  in 
Operating  System 

4)  Provision  of  ShowSounds  closcd-captioning 
tools  for  use  by  third-party  developers;  and 

5)  Provision  of  auto-captioning  capabilities  in 
connection  with  any  system-based  voice  utili- 
ties. 

Application  programs  could  begin  to  check  for  the 
ShowSounds  switch  and  provide  visual  cues  for  any 
auditory  events  as  soon  as  Stage  1  is  completed. 


Application  programs  most  likely  to  first  make  use  of 
such  a  switch  would  be  programs  designed  for  education 
or  designed  specifically  for  the  disability  field. 
However,  government  legislation  regarding  computer 
access  may  encourage  the  use  of  the  ShowSounds 
switch  by  business  software  vendors  as  they  incorporate 
sounds  into  products  which  they  would  like  to  sell  to  the 
federal  government. 

Progress  to  Date 

Some  progress  has  already  been  made  toward  the  goal 
of  producing  support  for  the  ShowSounds  capability 
across  company  and  product  lines. 

•  Discussions  are  underway  with  Apple  Com- 
puter Corporation  regarding  the  inclusion  of  a 
ShowSounds  switch  as  a  part  of  their  standard 
control  panel  for  sounds  in  future  versions  of 
their  operating  system. 

•  A  ShowSounds  feature  has  been  incorporated 
into  the  AccessDOS  software  package,  which  is 
distributed  IBM  as  a  complement  to  its  DOS 
operating  system.  AccessDOS  provides  several 
important  disability  access  features  for  IBM  PC 
and  PS/2  computers  running  DOS.  (In  Access- 
DOS,  the  ShowSounds  switch  is  currently  tied 
to  a  feature  which  causes  either  a  small  note  in 
the  upper  left-hand  comer  of  the  screen  or  full- 
screen flash  whenever  a  sound  of  significant 
length  is  initiated  by  the  computer.) 

•  The  ShowSounds  feature  vnth  accompanying 
screen  flash  is  also  included  in  the  next  release 
of  Access  Utility  to  be  distributed  by  Microsoft 
for  Windows™. 

•  The  ShowSounds  concept  is  included  in  the 
V/hite  Paper  prepared  by  the  Trace  Center  and 
the  Information  Technology  Foundation  (ITF) 
(formerly  the  ADAPSO  Foundation).  The 
White  Paper  is  the  first  step  toward  the  de- 
velopment of  a  set  of  design  guidelines  for  the 
application  software  industry.  ITF  is  a  non- 
profit foundation  of  the  Information  Tech- 
nology Association  of  America,  the  trade  asso- 
ciation for  most  of  the  major  application 
software  companies  in  America.  The  guidelines 
are  being  developed  in  response  to  a  request  by 
industry  for  direct  industry-usable  information 
as  to  how  software  products  can  be  designed  to 
be  more  accessible  to  people  with  disabilities. 

These  efforts  to  develop  the  ShowSounds  concept  are 
also  being  coordinated  with  the  Caption  Center,  a 
service  of  the  WGBH  Education  Foundation.  The 
Caption  Center,  through  its  Media  Access  Research 
and  Development  Office,  is  leading  a  multi-faceted 
effort  to  provide  access  to  all  types  of  media-television, 
radio,  print,  live  performance,  theatrical,  film,  and 
other. 

Conclusion 

Initial  efforts  have  begun  toward  the  implementation 
and  support  for  such  a  ShowSounds  feature  on  a  num- 
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ber  of  computer  platforms.  Much  work  is  needed,  how- 
ever, to  make  both  computer  and  information  system 
vendors  aware  of  the  need  for  such  a  capability,  and  to 
build  it  into  their  next  generation  systems. 
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3.3 

EVALUATION  OK  THK  DATAUAND™  KKY  KNTHY  SYSTl-M  FO\i   PilYS  I  CAI.l.Y  CHALLKNCKI)  USKHS 


Lo  1  <ind  W .   Km  i  <jlil. ,   Ar.sor  i  ii  i 
Jcinios  H.   Koctieman,   Pli .  0  .  , 
ArLhrit.ir.  Rosi:<irrh  Coninr 
Will  i.iiii  R  .   Tor  r  i-l  I  ,    I'h  .n. 


c  Pr  i)(  t;:>:;ar  ,  Ar  i  zoii.i  SI  <x\.v  Uti  i  vcr  fi  i  I  y 
H(?(k1  ol   11  i  oi^nq  i  nor  r  i  n<j ,   Ha  r  r  i  nq  f.on 

I'i  <if  .-ssor ,   UnivtusiLy  of  Arixona 


ABSTKACT 

The  DATAHANl)'^  key  (jrilry  dv.vicc  l,ik(>3  <i 
f  unddmcnlci  1 1 V  diffcirt'iii  d,jproa<h  lo  uiit-r 
wrisL  and  hand  poj^iLion,  and  linq<;r 
function,  tor  data  onl.ry  t.o  t  lu*  <'onipulc'r. 
This  new  product  is  confiqiired  lo  allow 
the  operator  <  oinf or  tablo  liand  and  fin-jei 
motion  with  individii.il  .idjustnu-'nl  i  nliortiril 
wlien  in  use.  Positive.'  r osponst.-s  lo  coniturt 
and  function  by  uscirs  in  rinpirioal 
evaluations  suyyost  thio  key  (.;:itrv  dt-siqn 
may  have  unique  and  positive  hmt'tits  for 
user  s  w  i  th  b.and  pa  Lho  1  o-jv  , 


t  Ik*  tat  lona  !c  arxl 
t  h(;  ov.i  luiil  ion  cf  t  he 
ic  i  <i  I  f  (1   with    I II  i  V.  new 


This     papt;r  pnsrnt 
proposed  moi  liod  fo\ 
hca  1  th    l)cnet  i  \  ;:.  <iv.i- 
concept  . 

INTRODUCI'Jt.JtJ 


Various  nt'w  kt-v  i  v  pi  >"l'irt  i;  .in-  in  t  hi  ■ 
deve  1  cpiiicni  sta-H  ,  or  will  Mhmlly  he 
marketed.  Tn  qen(;r.il,  Lhtiu-  des  i  <)[i::  offer 
better  function  and  ht'allli  for  l  lie  use?. 
However,  none  (f  tlitse  de-sinn;;  lefleei  i  i]e 
degree  of  cli.inqt*  i  ru-or  poi  at  ed  in  t  Ik* 
DATAMAND  coiK'tipt;  FiquK^s  1  <ind  2.  TIk: 
keyboard  is  i  (?plare<l  by  two  hand  nni  t  s 
which  Gupp,or  t  the*  h.irKlr.  .ukI  a  1  low  f  er 
inclividu.il  positic»ninq  of  liaiids  in  l  Ik.'  x 
position  with  lespccl  to  tlie  uscis 
shoulder  width-  With  OATAHArJI)  l  he  opeTalor 
can  rest  their  forearm;-.  (>m  i  lie  chaii 
arinrest  ,  with  hanti:?  r.iippo  r  ' '  <1  Iv  each  p.il'i' 
unit.  Th  i  s  di*s  i  qn  .i  I  so  a  1  1  ews  i  ek]  i  v  i.la.i  1 
positioning  in  thi:  v  po.sition  if  the 
operators  htin<ls  duriiKj  us(^.  A  new  five  w.iv 
k(*ying  ;-,w  i  l  ch  module  makes  .ill  key;;  "honu.' 
keys,"  <ind  pl.iee;;  t  tw  finqi-r;;  :;evei.il 
millimeter:;  f  mm  each  key  c.ip.  Tin:; 
reduces  strike  loice  .uid  provides 
differential  1 «  edba<k  to  the  opir.Uor. 
Thumb  keys  <'cirilrol  functien  inixk-;;  and 
commands  to  the  comiHitei.  In  sum,  this 
concept  (a)  supports  t  Ik-  h.uids  th)  'K'ep;. 
the  wri;;t.  ](>ini  str.iiqhr  ind  (c)  reduct;; 
finyor    fore*:  Ui  .ir!uate  key:;. 

Th  i  s  conf  i  <iu  r  tit  i  on  r  eiiit>ves  l  h"  1  oad  f  reii; 
th(-'  arms  and  hands  requir<;d  with  t  iie 
standarci  keyb«)ar<l  new  in  use.  It  i :; 
expecttrd  th.it  t  h  i :;  riMiuction  in  :;uppf>r  t 
ru^ed:;  aiKi  force  r  etiii  i  r  (-ment  ;;  will  bi  of 
substantial  b<MK'lit  to  bol  h  rKiiinal  ,uid 
phy  s  i  ca  1  1  y  chii  1  I  '-nqt 'd  o-.-  r  . 

ANALYSIS 

A  hi  emecb.in i c.i  1  .inalvr^i:;  w.i:;  eendncl'd  en 
the  DATAHAni).  Th«-  ijA'lAMAfn)  i.::;iill;;  w.-i.' 
<  oiiipti  f  ed  t(j  those  when  I  h<'  liijrid  i a;;  i  tk) 
St  antia  r  d  ktrybo.i  r  d  i  nput  .  The  po 
the  hanel  ,  m.i<[tii  I  ude  of  joint 
forc(.*:i,  (he  numlK-r  of  repetition:' 
of  the  luind,  and  whieh  mii;-.cle;; 
we  I  ( ■   i-oii-'.  i  dc  ■  I  ed  . 


a 

r  t  i  on  of 
r  e.iet  I  on 
r.uppoi  I 
ire  nsert 


Figure  2 


HANI)  I'tXSITlON 


'I'ho  h.irid  i:»  m  the  "Posit  ion  of  Kunct  ion" 
when  ur.'wvi  t  hi;  IlATAllANl)  (Kiq..U  (H.  Three 
main  advantage:;  n\  this  position  <ire  (1) 
mu:;cle  tension  doe:;  not  h.iv(*  to  be  applied 
to  br  in<)  the  fin<jf.'rs  intcj  the  workin<) 
p<>silion,  (,M  the  iiu)ment  arm  of  l  h<.'  luirr. 
ar'pl  ied  to  t  be  f  iiKjer  t  ip  iv.  reduced,  CD 
the  angle  of  the  wtist  is  ::u<li  th.it  biqh 
pressiii  f  M  are  nt^t  pi  oduc-ed  .it  t  he  car{)a  1 
t  unne  1  .  The  po:;  i  t  i  on  of  t  ]\r  f  i  nqer  for 
norni.il  k<*vboar<l  input  i  ;■•  :;howri  in  Kiej.  '1. 
The-  f  iriger:-,  ,ire  exten«lcd  p.ist  I  h<M  l 
rout  i  n<)  po:;  I  t  I  on  . 

.loirJl'  RI-Ac'I'lMN  l't)pci:.s 

The  <oiiipr  e;-.:;  i  on  force;;  which  are  fjerier.itetl 
acr  (<:!:;  t  h' ■  i<M  nt  e-f  t  he  f  i  ng<  r dn  r  i  rig 
f  utK't  ion  .1  r  f  '■::pee  i  ,1 1  I  y  impel  t  ant  if  t  he 
r^M  :.oii  li.j:;  ar  I  hf  i  I  i  .  High  t  nl  f  ore  <-:i 
e.m  atcclrTal  e   lh<'  di:;ea:-.e  pro'c:;:.. 
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^3     BEST  COPY  AVAIUBll 


EVALUATION  OF  THE  DATAHAND™ 


Hiqh  joint  forces  may  also  load  to  earlier 
initiation  of  osteoarthritis.  Fig.  4  shows 
the  position  of  a  finger  when  typing  on  a 
standard  keyboard.  Two  flexor  tendons  are 
shown.  The  profundus  tendon  attaches  to 
the  distal  phalanx  and  the  sublimis  tendon 
attaches  to  the  middle  phalanx.  For  the 
purpose  of  calculating  the  joint  reaction 
force  at  the  metacarpal  phalangeal  (MP  or 
knuckle)  joint  these  two  tendons  are  taken 
as   one.    Fig.    5    shows    the    vector    sum  ot 


;  82  mm  X  P  =  Tx  10  mm 

i  T  =  8.2  P 

i 


Figure  4  Standard  Keyboard  Finger  Position 


J  =  8.0  P  Joint  Reaction  Forces 
Figure  5  Standard  Keyboard  Joint  Force  at  MP  Joint 


these  forces  in  two  dimensions.  The  joint, 
reaction  force  is  eight  Limes  the  applied 
load  at  the  Lip  of  the  finger.  Fig.  6 
shows  the  configuration  of  a  finger  when 
using  the  DATAHAND.  The  applied  load  is 
shown  as  0.6  of  the  load  applied  to  the 
normal  keyboard.  7—  ."'jse  of  the  geometry, 
the  joint  reaction  force  is  lowered  to 
about  one  third  of  the  standard  keyboard 
joint  reaction  force  as  shown  in  Fig.  7. 
The  magnitudes  of  the  joint  reactions  and 
the  lowering  of  the  joint  reaction  force 
with  fingers  in  a  flexed  position  are 
consistent  with  the  calculations  of  others 
in  the  literature  [2). 

HAND  SUPPORT 

The  hand  is  supported  in  the  "Positiion  of 
Function"     by    a    molded    support     in  the 
DATAHAND.      The      fact      that      the  finger 
extensor      muscles     are     not     needed  to 
maintain    this    position    has    already  been 
discussed.      Supporting      the      hand  also 
relieves  the  duty  of  the  trapezius  muscles 
which  aro  needed  to  hold   the  hands  above 
the    keyboard    of    a    standard    data  input 
terminal.      Another      advantage      of  hand 
support  is  that  it  acts  as  a  finger  brace. 
The    flexor    and    extensor    tendons    of  the 
hand  run  in  sheaths  which  are  attached  to 
the    bones    by    ligamentous    pulleys.  Since 
the    phrtlanqes    (finger    bones)    are    at  an 
angle  t"  the  metacarpal  bones,   the  tendons 
make  an  angle  at   the  MP   (knuckle)  joint. 
If   the   ligamentous  supports  of  the  tendon 
sho.Jths  arc  stretched  because  of  trauma  or 
a     disease     process     such     as  rheumatoid 
arthritis,     the    tendon    will    bow  string. 
Normal  and  stretched  extensor  tendon  paths 
are   shown   in  Fig.    8.   With  each  extension 
or   flexion  ot   the  stretclied  hand,    the  bow 
string  causes  a  bonding  moment  to  further 
stretch   the   soft    tissues.    Repetitions  of 
flexion    and    extension   cause    the  typical 
appearance     of     the     windswept     or  ulnar 
deviated  hand.  This  is  because  the  already 
weakened   constraint    ligaments   are  forced 
to    carry    substantial    forces   during  hand 
function.       Those      forces      stretch  the 
ligaments     further     which     leads     to  the 
vicious     cycle     which     leads     to  extreme 
deformities     in     these     types     of  hands. 
Keeping    proper    alignment    of    the  fingers 
and       metacarpals       will       reduce  thi:-. 
phenomenon.  The  hand  support  will  act  as  a 
brace    which    is    the    tiealmcnt    for  many 
rheumatoid  hands. 

MUSCLK  ACTIVATION 

There  are  two  groups  of  muscles  which 
control  the  hand,  the  intrinsics  and  the 
extrinsics.  The  extrinsics  are  located  in 
the  forearm  and  aro  the  stronger  of  the 
two  sets  of  muscles.  The  extrinsics  are 
used  for  power  such  as  grasp  and  pinch 
activities.  The  tendons  of  these  muscles 
pass  through  the  carpal  tunnel  of  the 
wrist.  Repetitive  motion  of  those  tendons 
can  initiate  and/oi  aggravate  carpal 
tunnel  syndrome  (crs)  .  CTS  is  pain, 
numbness,  and  tingling  of  the  hand  caused 
by  pressure  in  a  bony  tunnel  in  the  wrist 
through  which  the  flexor  and  extensor 
tendons  pass.  The  intrinsic  muscles  are 
located    within    the    hand    and    provide  the 
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KVAl.UATION  OK  Till-:  DATAIIAND™ 


contiol  jrni  bal.inci;  feu  fiii^;  h.irul  fiiiHtinti 
11]  .    Siiui.'    llii:i-.f   imis'.- 1  en  wilhiri  Ihc; 

hrliid  their  t  imhIoii;;  <k:  lu'l  yo  tliioll'ili  llic 
Cdipdl  Luiiriol  .  Since  tlx'  inot  ion  of  Ihc? 
fingers  is  a  very  fine  movoniont.,  much  of 
the  fingei  motion  when  using  DATAHAHD  will 
be  activated  by  the  intrinsic  nius(U-?s.  The 
excursion  of  the  It-ndons  will  hi;  inu':h  less 
with,  the  DATAIIAND  hetvnise  I  hi'  sum  of  t  he 
dngul.sr    mot  inns   of    .ill    the    tiiujer  iniius 


0.6  X  60  mm  =  T  x  10  mm 
T  =  3.6  P 


Figure  6  DaiaHand  Finger  Position 


Figure  7  DataHand  Joint  Reaction  Force  at  MP  Joint 


is  much  less  with  the  DATAHAND  thdn  during 
normal  keybotird  operation.  Tiie  operation 
of  the  DATAHAfJD  will  employ  several 
different  riiusclo  actions  thus  reducing  the 
numbi;r  of.  repetitions  of  any  one  motion. 
This  may  be  an  advantage  Cot  reducing 
muse  1  e  f  a  t.  iyue  . 

This  ptol  iini  nar  y  study  indicates  the 
DATAHAND  has  several  biomechanical 
advani.aqes  ovi.-r  c-onventiona  1  keyboards. 
For  people  with  hand  pathology  such  as 
those  with  arthritis,  the  joint  forces 
he  reduced  and  the  nunber  of 
repetitions  at  the-  same  location  reduced, 
Del  (irriiat  i  ons  of  the  constraining  ligaments 
will  also  be  i educed .  People  with 
arthritis  also  often  have  reduced  muscle 
St  lengt  h.  The?  lower  muscle  activity 
rc^quired  by  thi:  OATAIIAIJD  would  be  a  great 
aiivant.ige  to  this  population.  Potentially 
theri  should  be  less  pain  for 
o;;teoar  thr  i  t.  ics  .  Studies  will  be  done  to 
verify  the  results  of  this  preliminary 
study.  lOxpi.'r  iiiu  nta  1  measurements  of  emg 
siiiiialf.  bv  the  various  rmiscle  groups  will 
he  made.  The  contact  forces  wjll  be 
MiiM:-aired  and  the  muscle  fatigue  assessed 
a  f  t  (  r    loiifi  t  i.-i  111  use  . 
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3.4 

The  Synergy  Computer  -  Beyond  the  Laptop 


Dawn  RiissoU,  M.A.,  CCC-Sl.r  and  Hmily  1  Iwlfol.  Ud.D. 
Svncrpy  -  Aciaptiw  Innovalions 


Abstract 

Tliis  paper  discusses  a  computer  system 
developed  to  address  the  unique  needs  of 
persons  with  physical  and /or  speakmp 
disabilities.  This  IBM-compatible,  weather 
resistant  computer  system,  Synergy ,  provides 
modular  components  that  allow  for  optimal 
attachment  to  a  wheelchair.  The  body  of  the 
computer,  including  processor  and  h.ird  drive, 
can  be  placed  in  the  back  of  the  wheelchair  and 
powered  by  the  wheelchair  battery.  A  flat 
panel  display  can  be  mounted  at  the  optimal 
site  for  visual  access.  The  choice  of  adaptive 
input  also  can  be  mounted  separately,  at  the 
optimal  site  for  physical  access.  If  speech 
output  is  desired,  one  of  many  high  quality 
speech  cards  can  be  installed  within  the 
SMncr^  svstem  without  adding  any  external 
components.  Since  the  f^-nu-rxy  system  is 
powered  bv  the  electric  wheelcbair-s  battery, 
it  is  able  to'nm  for  an  entire  day  \vithoiit 
requiring  batteries  to  be  replaced  or  recharged. 
Fiirlherniorc,  the  processor,  nienior\'  and  hard 
drive  within  the  Sym-rsv  system  are  easily 
updated  with  "off-tho.shelf-  con^jr-'r^ei^t? 
available  from  any  computer  store.  Any  M^- 
DOS  software  can  be  used  with  the  b.wc>fy 
svstem. 


Background  and  Statement  of  Problem 

For  maximum  integration,  persons  with 
dis.ibilities  need  a  means  to  write,  retrieve 
information  and  sy^-aV.  in  all  environments.  l  or 
man\    '  is  means  using  a  portable  computer 
mount.  A  to  their  wheelchair  and  accessed  using 
adaptu  e  inputs.  Typically,  laptop  computers 
have  been  used  to  meet  these  needs,  however, 
laptops  have  presented  several  limitations. 
For  instance,  laptops  require  a  new  battery 
evcrv  one  to  three  hours.  Often  the  person  with 
dis.ibilities  is  unable  to  change  these  batteries 
by  themselves  and  requires  assistance. 

Furthermore,  laptop  computers  arc  a  single 
unit.  Tins  makes  them  convenient  for  non- 
dis.ibled  persons  to  carry,  however,  for 
individuals  who  use  adaptive  access  to  the 
computer,  a  single  unit  is  more  difficult  to 
attach  to  a  wheelchair,  since  the  entire 
computer,  including  CPU  and  keylx-ard  must  K- 
attached  to  the  frimt  of  their  wheelchair  so 
that  the  display  can  be  visible.  Even 
individuals  who  use  adaptive  input,  and  are 
unable  to  use  i  standard  ke>'board  miiM  has  e 


the  entire  laptop,  with  keyboard,  mounted  to 
the  front  of  their  wheelchair. 

Another  limitation  individuals  have 
experienced  with  laptop  computers  is  in 
updating  components  as  technology  advances. 
For  instance,  if  a  laptop  s  processor  becomes 
outdated,  they  must  replace  the  entire 
computer.  In  contrast,  users  of  desktop 
computers  are  able  to  update  their  processors  by 
simply  replacing  the  processor  card. 

Individuals  who  are  non-speaking  and  use 
dedicated  communication  devices  rather  than 
laptop  computers  have  experienced  even 
greater  difficulties  in  gaining  access  to  writing 
and  information  retrieval.  If  they  require 
access  to  a  computer,  they  often  are  provided 
with  a  separate  desktop  computer,  set  up  with 
their  adaptive  access  equipment  or  accessed  via 
their  dedicated  communication  system. 
Therefore,  these  persons  can  speak  anywhere, 
but  the\-  can  take  notes,  write  letters,  etc.  only 
at  the  site  of  their  adapted  computer. 

Design 

Our  goal  ill  developing  the  Synergy  computer 
s\'stein  was  to  provide  a  standardized  computer 
s'ysiem  which  would  meet  the  unique  needs  of 
(■Persons  with  physical  disabilities  who  use 
require  adaptive  access  to  a  computer.  We 
aimed  to  provide  a  single  consistent  system 
that  would  be  available  in  all  environments. 
Furthermore,  we  wanted  the  system  to  be  cost 
effective  and  affordable. 

The  ?\  ncigy  computer  system  provides  modular 
component's  that  allow-  for  optimal  mounting  to 
a  wheelchair.  Tlie  computer,  with  processor, 
hard  drive  and  floppy  drive,  can  be  placed  in 
the  back  of  the  wheelchair  and  is  powered  by 
the  wheelchair  battery.  The  flat  panel 
display  can  be  mounted  separately  at  the 
optimal  site  for  visual  access.  The  input  de\'ice 
can  also  can  be  mounted  separately,  at  the 
optimal  site  for  physical  access.  If  an 
individual  cannot  use  a  standard  keyboard, 
thi  11  one  is  not  attached  to  their  computer.  If 
speech  output  is  desired,  one  of  many  high 
quality  speech  cards  such  as  DECtalk,  which  is 
a  full-si<;e  card,  can  be  installed  within  the 
computer  svstem  without  adding  any  external 
components     Iso,  for  speech  output,  a  speaker 
IS  embedded  within  the  flat  panel  display. 
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The  system  is  designed  to  be  weather  resistant. 
You  do  not  need  to  remove  or  protect  your  sy? "^-n 
when  traveling  in  inclement  weather.  It  is  aiso 
designed  with  industrial  quality  components  to 
accommodate  the  jarring  which  frequently  goes 
hand  in  hand  with  the  use  of  a  power 
wheelchair. 

The  system  is  powered  either  by  the  electric 
wheelchair's  battery  or  by  an  external  long-life 
battery.  Unlike  a  laptop  computer  whose 
batteries  need  to  be  changed  every  one  to  three 
hours,  this  system  runs  all  day  on  a  single 
nightly  charge.  Tlicio  is  also  the  option  to 
power  the  computer  by  plugging  it  into  a  wall 
outlet. 

The  Synergy  system  accepts  any  IBM- 
compatible  component  and  therefore  provides 
all  the  capabilities  of  a  desktop  computer.  For 
instance,  if  you  wish  to  control  the  Synergy 
computer  via  voice  input,  you  can  install 
Dragon  Dictate's  full  size  card. 

Since  oich  component  is  separate,  the  Synorgv 
computer  allows  you  to  modify  your  system  as 
technology  improves  or  as  your  needs  change. 
For  instance,  you  can  change  the  way  you  access 
the  Synergy  computer  from  an  expanded 
keyboard  to  a  single  switch  by  simply 
detaching  the  keyboard,  plugging  in  a  switch 
and  installing  the  appropriate  adaptive 
software.  Likewise,  if  you  find  that  you  need  a 
more  powerful  processor,  you  can  upgrade  the 
processor  without  having  to  replace  the  entire 
computer. 

The  system  has  been  designed  to  be  cost 
effective  from  many  perspectives.  Since  the 
Synergy  computer  does  not  require  the 
propriet.iry  components  of  a  laptop  computer,  it 
can  be  inexpensively  repaired  or  upgraded  by 
anyone  familiar  with  IBM-compatible 
computers.  The  processor,  memory  and  hard 
drive  within  the  system  are  easily  updated 
with  "off-the-shelf"  components  available 
from  any  computer  store.  You  can  add  a 
megabyte  of  memory  to  the  Synergy  computer 
for  no  more  than  $70  rather  than  the  $300  that 
it  would  cost  to  do  the  same  to  a  typical  laptop. 
If  the  system  ever  needs  repair,  you  can  bring  It 
to  any  local  computer  repair  facility  familinr 
with  IBM-compalible  computers. 


Development 

Our  initial  design  and  development  process 
included  initial  attempts  to  disassemble  and 
"repackage"  a  laptop  computer.  However,  we 
found  significant  limitations  which  ultimately 
demonstrated  that  this  was  not  a  viable  route 
to  pursue.  We  felt  that  it  would  be  more 
effective  to  develop  a  computer  system 
designed  from  the  outset  to  meet  the  specific 
needs  of  individuals  with  disabilities.  The 
system  as  it  presents  today  is  the  result  of  many 
design  modifications  based  on  feedback  from 
field  test  applications.  For  example,  as  a  result 
of  the  attempts  by  clients  to  achieve  maximum 
mdependence,  hardware  on,  off  and  reset 
switches  have  been  incorporated  into  the 
design. 

Evaluation  and  Discussion 

The  Synergy  computer  system  is  serving  an 
essential  function  in  enhancing  the 
independence  of  individuals  who  use  power 
wheelchairs.  The  system  provides  the 
capabilities  of  a  powerful  IBM-compatible 
desktop  computer  in  a  form  that  is  portable  and 
can  be  optimally  mounted  to  a  wheelchair  and 
powered  by  the  wheelchair's  battery 
throughout  the  day. 

The  thrust  of  our  development  efforts  has  been 
to  provide  individuals  with  the  tools  to 
function  at  the  highest  level  of  independence 
and  to  enhance  their  integration  into  the 
niainbtream  educational  program  or  workplace. 

For  instance,  using  the  Synergy  computer, 
students  can  participate  in  a  group  writing 
activity  as  they  and  their  peer  are  gathered 
around  a  tabic.  Professionals  can  take  notes 
during  a  meeting  or  access  information  while 
visiting  a  client.  Those  who  require 
augmentative  communication  can  "talk"  and  use 
their  computer  simultaneously. 


Dawn  Russell,  M.A.,  CCC-SLF 
nniily  Hoeffel,  Ed  D. 
Synergy-Adaptive  Innovations 
(>6  Hole  Road 
F.ist  Walpole,  MA  020.12 
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Abstract 

Graphical  user  interfaces  are  now  becoming  the  major 
mode  of  interacting  with  computers  and  the  next  gener- 
ation of  information  systems.  In  trying  to  assess  the 
problems  created  by  these  types  of  interfaces  for  people 
with  disabilities,  substantial  confusion  has  been  created 
by  the  Ia':k  of  distinction  between  true  graphic  informa- 
tion and  the  use  of  graphical  metaphors  to  represent 
concepts  such  as  files  and  commands.  Based  upon  the 
work  developing  alternate  access  systems  for  Macin- 
tosh™ and  Windows™  computers,  a  two-class  informa- 
tion model  is  advanced.  Its  purpose  is  to  clarify  and 
facilitate  research  and  education  on  accessibility  issues 
surrounding  graphical  user  interfaces.  The  model  is 
also  intended  to  be  applicable  and  extensible  to  virtual 
reality  and  other  interface  systems  which  use  metaphors 
to  facilitate  presentation  or  control  of  information. 

Background 

Interaction  with  computers  involves  both  presentation 
and  manipulation  of  information,  as  well  as  the  issuing 
of  commands.  The  information  may  be  of  different 
types,  including  verbal,  spatial,  or  graphic  information. 
Commands  can  by  typed,  selected. from  a  list,  etc. 

Originally,  computer  displays  were  text-based.  Infor- 
mation could  only  be  presented  as  running  text,  spa- 
tially organized  text,  or  with  a  graphic  created  by 
arranging  single  characters  (letters,  numbers,  or  graphi- 
cal characters)  to  create  a  rough  "picture."  The  com- 
mands were  similarly  issued  either  through  typing  the 
commands  into  the  computer  (as  text)  or  through  se- 
lecting commands  from  menus  displayed  on  the  screen 
in  text. 

Because  of  the  heavy  text  orientation  of  these  systems, 
individuals  who  were  blind  were  able  to  develop  and  use 
text-reading  strategics  to  access  and  use  the  computers. 
Products  known  as  screen  readers  were  used  to  read  the 
information  displayed  as  text  on  the  screen,  using  voice 
synthesizers,  or  to  send  the  information  to  a  braille  dis- 
play. The  information  that  was  presented  spatially  (that 
is,  by  its  position  on  the  screen)  could  also  be  accessed 
through  the  use  of  screen  navigation  commands  and  the 
ability  of  the  person  who  was  blind  to  maintain  a  picture 
of  the  screen  layout  in  their  mind. 

Although  they  were  able  to  access  much  of  the  infor- 
mation on  the  screen,  the  screen  readers  were  not  able 
to  access  drawings  or  diagrams,  even  if  the  drawings 
were  created  using  letters  of  the  alphabet.  Except  for 
very  simple  stereotypic  graphic  "drawings,"  it  was  ex- 
tremely difficult  or  impossible  for  a  person  who  was 
blind  to  form  an  accurate  mental  picture  of  a  drawing 
on  the  screen  created  with  characters.  Thus,  even  on 
character-based  computers,  graphic  presentations  of 
information  were  not  necessarily  accessible.  In  addi- 
tion, many  character-based  programs  also  had  graphic 
mixlcs,  which  they  would  switch  into  when  presenting 
charts,  diagrams,  or  other  graphic  elements.  Since 


these  modes  of  operation  were  pixel-based,  the  screen 
readers  would  essentially  be  blind  whenever  the  graphic 
modes  were  invoked. 

Graphical  User  Interfaces 

With  the  advance  of  graphical  user  interfaces,  the  entire 
screen  was  converted  into  a  pixel-based  system.  This 
allowed  for  the  easy  intermixing  of  text  and  graphics. 
Furthermore,  the  graphics  were  used  not  ja'/t  to  display 
graphic  informatiof.,  but  also  to  allow  elaborations  on 
how  text  was  presented  (different  fonts,  styles,  at- 
tributes, etc.),  to  help  indicate  organization  and  group- 
ing of  various  text  elements  on  the  screen  (documents, 
dialogs,  menus),  and  to  display  available  commands 
such  as  page  up,  page  down,  document  size,  etc. 

The  Problem 

Because  everything  from  text  to  system  commands  are 
now  being  displayed  graphically,  the  perception  was 
that  all  of  this  would  be  as  inaccessible  as  graphics  were 
when  they  did  appear  on  character-based  computers. 
The  most  obvious  problem  with  graphical  user  inter- 
faces was  that  screen  reading  software  had  difficulty  ac- 
cessing the  text  on  these  screens.  Strategies  have  since 
been  developed,  however,  to  overcome  this  first  barrier. 

Another  major  barrier  appeared  to  be  the  existence  of 
icons,  windows,  and  other  graphic  elements  on  the 
screen,  which  were  presented  graphically  rather  than  as 
characters.  For  the  traditional  screen  reading  ap- 
proaches, which  were  designed  to  read  characters  only, 
these  graphic  elements  appeared  to  present  a  large  new 
barrier.  As  a  result,  individuals  who  were  blind  were 
not  only  unable  to  access  true  graphic  information 
(which  was  also  not  accessible  with  character-based 
systems),  they  were  now  also  unable  to  access  the  basic 
display  and  command  structures  necessary  to  access  text 
(which  they  did  have  access  to  with  character-based 
systems).  However,  mosi  of  the  graphic  elements 
(icons,  windovw,  etc.)  arc  only  graphic  representations 
of  concepts  which  could  also  be  presented  verbally 
(spoken  or  in  braille). 

In  other  words,  many  of  the  "new  barriers"  that  were 
perceived  as  being  created  by  graphical  user  interfaces 
are  in  fact  artifacts  of  the  way  in  which  the  information 
is  being  presented  to  sighted  users.  There  is,  in  fact, 
nothing  inherently  graphic  about  the  underlying  con- 
cepts, and  they  can,  if  desired,  be  presented  ii^  verbal 
(speech,  braille,  etc.)  form  as  well.  Other  information 
which  is  inherently  graphic  (charts,  drawings,  etc.) 
would,  however,  still  present  the  same  access  problems 
as  it  did  in  the  character-based  systems.  However,  the 
inability  to  easily  distinguish  between  these  two  types  of 
"graphic"  information  has  caused  much  confusion  in  the 
field. 

The  Model 

The  proposed  model  seeks  to  separate  the  inherent 
nature  of  the  information  being  presented  from  its  pre- 
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scntation  format.  For  example,  if  there  is  a  command 
such  as  "Delete,"  which  could  be  presented  either  with 
the  word  "Delete"  or  with  a  picture  of  scissors,  that 
command  would  be  classified  the  same.  The  fact  that  a 
particular  operating  system  chose  to  represent  it  as  the 
word  or  as  a  picture  does  not  make  the  underlying  con- 
cept (Delete)  more  or  less  graphic. 

Although  different  classifications  schemes  could  be 
used,  the  interest  here  is  in  mechanisms  for  providing 
access  for  persons  who  are  blind.  An  objective  of  this 
model,  therefore,  is  to  help  separate  those  elements  to 
which  we  can  provide  access  in  a  rather  straightforward 
fashion,  usir.v,  speech  or  braille,  from  those  for  which 
other  techniques  would  be  needed  in  order  to  provide 
access.  The  model  therefore  uses  a  verbal/nonverbal 
scheme,  and  classifies  the  different  types  of  underlying 
information  into  those  which  can  be  expressed  in  words 
(Class  1)  and  those  which  cannot  (Class  2).  For  the 
graphical  user  interface  command  with  Macintosh"" 
and  Windows  3.0™  environments,  this  two-class  model 
is  shown  in  Table  1. 

Table  1: 

Delineation  of  Elements  In  the  Macintosh"  and 
Windows  3.0™  Environments  According  to  the  Model 


As  can  be  seen,  the  classiflcation  of  information  is 
somewhat  dependent  upon  our  current  level  of  techni- 
cal sophistication.  Simple  charts  which  can  be  easily 
interpreted  by  a  computer  and  changed  into  a  verbal 
dcsciiption  would  fall  into  Class  1,  while  more  sophisti- 
cated charts  would  remain  in  Class  2. 

Access  to  Class  2  Information 

Since  the  information  in  Class  2  by  definition  cannot  be 
accessed  purely  through  verbal  means,  other  strategics 
can  and  are  being  explored  to  allow  access.  Among 
these  arc  the  virtual  tactile  tablet,  different  uses  of 
sound,  and  kinesthetics  (the  sense  of  where  one's  body 
and  limbs  are  in  space).  One  system  which  combines  a 


number  of  these  strategies  is  the  Systems  3  prototype 
being  developed  at  the  Trace  Center  working  in  con- 
junction with  Berkeley  Systems,  Inc.  of  California.  This 
prototype  combines  verbal  (speech  or  braille)  output 
with  two-dimensional  sound  and  a  virtual  tactile  tablet 
to  allow  access  to  graphics  such  as  bar  charts,  pie  charts, 
line  drawings,  etc.  With  the  system,  the  individual  can 
feel  the  image  while  using  sounds  to  provide  spatial  and 
textual  information.  The  system  also  provides  better 
access  to  spatially  arranged  text  such  as  sparsely  popu- 
lated charts,  flowcharts,  etc. 

It  is  not  yet  possible  to  access  all  types  of  Class  2  infor- 
mation with  thus  system.  For  example,  the  system  does 
not  provide  any  access  to  gray-scale  pictures  or  very 
complex  graphics,  nor  does  it  address  thrc  j-dimensional 
or  animated  presentations.  However,  as  computer  im- 
age interpretation  algorithms  are  improved  and  applied 
to  this  area,  the  amount  of  information  that  can  be  ac- 
cessed by  people  who  are  blind  can  be  continually  in- 
creased. Moreover,  this  not  only  applies  to  information 
which  originates  on  the  computer,  but  also  to  pictures, 
diagrams,  and  images  which  appear  in  print  and  daily 
life.  With  the  use  of  scanners  and  digitizing  cameras,  it 
is  now  possible  to  easily  capture  these  pictures  and 
move  them  into  the  computer,  where  these  types  of 
special  graphics  access  interfaces  can  allow  the  user 
who  is  blind  to  explore  the  images. 

Applications  of  the  Model 

This  model  is  not  limited  to  the  types  of  user  interfaces 
that  are  common  today.  It  also  applies  to  pen-based 
computing  and  virtual  realities,  as  well  as  to  future  in- 
formation technologies  yet  to  be  developed.  In  each  of 
these  environments,  this  model  can  be  used  to  separate 
true  graphic,  true  gesture,  or  true  three-dimensional 
information  from  graphic,  gestural,  or  three-dimen- 
sional metaphors  for  concepts  which  could  alsc  be  com- 
pletely represented  verbally. 

The  model  also  gives  two  directions  for  further  work  to 
improve  accessibility.  The  first  is  to  find  ways  to  con- 
vert Class  2  information  into  Class  I.  An  example  is 
software  that  can  interpret  stereotypical  graphics  such 
as  bar  and  pie  charts  and  present  them  verbally.  The 
second  direction  is  to  develop  technology  for  improving 
access  to  Class  2  information.  Examples  in  this  area  in- 
clude large,  fast  interactive  tactile  displays;  image  en- 
hancement; image  separation;  video  annotation 
systems;  and  computer-assisted  interpretation  of 
graphics. 


This  work  has  been  supported  in  part  by  Grant 
H029F80083-91  from  the  National  Institute  on  Disabil- 
ity and  Rehabilitation  Research  of  the  U.S.  Department 
of  Ed;  "ation  and  by  Apple  Computer  Corporation. 


Gregg  C.  Vanderheiden,  Ph.D. 
Trace  R&D  Center 
S-151  Waisman  Center 
1500  Highland  Avenue 
Madison,  WI  53705-2280 


Claxs  I:  Information  that  can  be  presented  in  words 
(e.g.,  spoken  or  in  braille) 
Systems  contrticts  (e.g.,  windows,  menus,  dialogs) 
Text 

Text  attributes  (e.g.,  bold,  italic,  font,  font  size) 
Icons  (small  images  that  always  appear  exactly  the 
same) 

Auto-interprttable  images  (stereotypic  graphics  or 
nonverbal  sound  that  can  be  computer-in- 
terpreted and  completely  described  by 
words) 

Class  2:  Information  that  is  inherently  graphic  and 
cannot  be  described  easily  and  completely  with 
words. 

Line  drawings,  simple  charts,  maps 
Grayscale  pictures,  etc. 
Three-dimensional  images 
Animated  images 
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ABSTRACT 

Computers  have  opened  a  new  world  for  people  with  disabilities 
allowing  them  to  communicate,  work,  and  interact  Through 
innovation  and  modification,  computers  can  be  made  accessible  to 
many  people  regardless  of  any  limitations.  Much  emphasis  has 
focused  on  input  techniques  for  the  huinan<omputer  interface  and 
on  improving  the  visual  presentation  of  information.  However,  as 
these  visual  presentations  become  more  sophisticated,  exemplified 
by  Graphical  User  Interfaces  (GUIs),  access  for  people  with  visual 
or  cognitive  impairments  often  becomes  more  difficult.  A  mixlel 
of  feedback  that  is  independent  of  sensory  modalities  (i.e.,  visual, 
auditory  and  tactile)  is  presented  that  separates  information,  such 
as  a  system  mes.sage,  from  its  presentation  atu-ibutes  such  as  screen 
coordinates,  colour  or  pitch.  This  infonnation  can  be  conveyed 
through  one  or  more  different  sensory  modalities  williout  losing 
the  context  and  content  of  that  information.  The  benefit  of 
providing  information  through  multiple  mod;ilitics  is  that  dc-signcrs 
arc  not  resuictcd  to  the  visual  modality  and  that  people  willi  visual 
impainncnLS  can  gain  equal  and  functional  access  to  llic  user 
interface. 


BACKGROUND 

Computers  are  able  to  offer  many  exciting  and  unique 
opporlunities  to  people  with  disabilities  for  communication,  diily 
living  and  work.  Por  example,  people  with  visual  impairmcnLs  can 
use  screen  reading  systems  that  "speak"  the  text  appearing  on  the 
screen.  It  is  important  to  examine,  improve  and  generalise  llie 
underlying  concepts  of  the  user  interface  so  that  software  am  be 
designed  that  accommodates  the  various  needs  of  all  people.  By 
studying  the  logic  of  feedback  to  users  from  computers  and 
developing  a  language  which  describes  it  in  a  generic  form,  the 
theoretical  foundations  of  the  user  interfaee  can  be  expanded  and 
improved.  Expressing  feedback  lliough  a  common  language  layer 
will  enable  application  programs  to  be  developed  that  can  be  used 
by  people  with  disabilities  as  well  as  llie  able-bodied  population. 

Feedback  from  the  computer  about  what  it  is  doing  is  a  critical 
component  of  the  overall  u.sability  of  a  computer  system.  It  must 
be  tailored  for  each  user  as  well  as  for  each  task.  Currently,  users 
must  adapt  to  pre-defined  computer  interfaces  which  present 
information  almost  exclusively  in  a  visual  form.  If  users  cannot 
adapt  to  this  feedback  arrangement,  they  must  find  alternatives  or 
systems  customised  to  meet  their  needs. 

Humans  arc  able  to  combine  five  mod;ilities  (hearing,  vision, 
touch,  smell,  and  taste)  to  receive  and  process  stimuli  and  feedback 
from  the  environment  In  contrast,  computers  for  general  use  can 
be  characterized  as  "mono-sensory"  in  that  most  of  the  information 
is  Conveyed  through  one  main  output  device,  the  visual  disjilay 
temiinal  (VDT)  which  uses  only  the  visual  channel  (Buxton, 
19K7).  This  excludes  users  who  arc  visually  im|)aircd  or  who  find 
visu;il  feedback  too  complex  or  too  confusing  to  comprehend. 

Hence  feedback  should  be  provided  llirough  multiple  channels 
using  the  visuiJ,  auditory  and  tactile  sensory  inodalities  (Sliein, 
Brownlow,Trcviiar.us,  &  Piunes,  1990).  Tigurc  1  illusU-ates  tills 
concept  of  expressing  computer  feedback  through  different  sensory 


modalities.  By  incorporating  multi-modal  feedback  design 
features  into  standard  software  such  as  a  word  processor,  the 
software  can  be  made  more  universally  accessible. 

The  concept  of  modality  independence  is  similar  to  th;  notion  of 
device  independence.  Device  independence  means  that 
information  from  input  devices  or  graphical  images  can  be 
categorised  into  generic  and  standard  classifications  (Baecker  & 
Buxton,  1987).  An  example  of  a  device  independent  classification 
system  is  the  Graphical  Kemal  System  (GKS).  It  defines  the  typ*s 
of  infonnation  from  input  devices  and  screen  graphics  to/from 
application  programs  as  logical  or  virtual  devices  defined  by 
function  rather  than  form  (Van  Den  Bos,  1983).  All  information 
provided  by  input  devices  such  as  location  or  text  can  be  classified 
into  llicse  categories.  GKS  assumes  that  feedback  is  conveyed 
llirough  the  visual  modality  and  does  not  consider  other  output 
channels  (such  the  auditory  or  tactile  channels). 

Systems  3  dcvclojKd  by  Vanderlieiden,  G.C.,  and  Kunz,  D.C. 
(1990)  is  a  system  which  uses  tactile  and  voice  output  to  represent 
llie  graphical  u.scr  interface  to  a  blind  user.  Graphical  information, 
such  as  an  icon,  is  converted  to  an  auditory  description  as  well  as 
to  a  tactile  representation  of  lliat  visual  image  in  the  tactile  screen 
,sp;ice  (vinual  representation  of  llic  screen).  This  system  attempts  to 
preserve  the  spatial  information  that  is  inherently  provided  by  the 
visual  display  on  llieconiputer  monitor.  However,  it  does  not 
standardise  the  language  of  the  user  interface  but  u-anslates  what  is 
presented  visually  directly  into  an  auditory  and  tactile  description. 

A  system  that  has  recently  been  introduced  is  IBM's 
ScrcenReader/PM  for  OS/2  which  produces  an  aural  u-anslation  of 
a  GUI.  Tills  system  uses  a  database  (off-screen  model)  to  u-ack 
and  manage  all  of  the  items  that  are  represented  on  the  screen 
(Schwcrdtfeger,  1991).  It  as.signs  all  of  the  infonnation  on  the 
screen  along  with  identifying  atuibutes  such  as  font,  colour,  and 
ix)ii)t  size  to  a  place  in  the  database.  Tliis  system  dirccUy  uanslaies 
what  is  on  the  screen  to  a  spoken  equivalent  via  a  speech 
synthesizer.  In  some  insuuices,  some  pre-processing  does  occur  so 
that  infonnation  such  as  changes  in  colour  are  represented  by 
words  which  convey  the  meaning  of  llic  display  (e.g.,  the  active 
window  is  usually  visually  indicated  by  a  change  in  colour,  and 
auditorily  represented  by  telling  the  user  the  tille  of  the  active 
window  in.stcad  of  the  colour).  This  system,  however,  docs  not 
decipher  llie  'jnderlying  semiuitics  of  the  information  but  directly 
conveys  what  is  pn  scntcd  on  the  screen.  In  addition,  the  off- 
screen model  has  limited  capacity  to  convey  icons  and  graphical 
images  so  lliat  lliey  have  equivalent  auditory  significance 


STATEMENT  OF  PRC  LEM 

Much  of  the  current  research  In  rehabilitation  engineering  has 
focused  on  designing  better  input  tahniques  and  systems.  Less 
effon  has  been  placed  on  how  to  tell  llie  user  what  is  going  on 
williiii  the  machine  (feedback). 

The  goal  of  this  research  is  to  develop  and  test  the  viability  of  a 
feedback  system  whereby  infonnation  is  presented  to  the  user  from 
a  computer  in  generic  tentis  indeiiendent  of  the  mod;ility.  Instead 
of  device  independence  with  res|x;ct  to  input  devices,  this  research 
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SEE,  HEAR  &  TOUCH  THE  GUI 


Figure  I:  A  Mcxlcl  of  Mixlalily-liulcpcndcnl  Feedback 

will  focus  on  claxsifylny  and  expressing  infoniialion  from 
application  programs  lhal  is  indcpendcni  ofnuxlalily.  Tliis 
infonnation  could  Ihen  be  tianslaled  by  pliysiciil  devices  such  as 
VDTs,  speech  output  devices  and  braillcrs  into  a  imxlalily 
appropriate  for  each  user. 

R<'M'iiri.h  lly/iullicsis 

The  hypothesis  of  tliii  research  is  tliat  much  of  tlie  infonnation 
conveyed  to  users  by  tlie  coiiiputer  can  be  expressed  completely 
through  one  or  a  combination  of  tlie  three  m(xlalilies  (auditory . 
visual  or  tactile). 

APPROACH 

A  taxonomy  of  feedback  techniques  is  Iving  developed  Uiscd  on 
infomiation  gathered  on  input  a.-;  well  as  an  in-depth  investigation 
of  existing  word  processor  systems.  Word  pr(x;essing  systems  aa- 
tlie  niosi  commonly  u.scd  .software  for  computerised  augmenutuve 
communication  systems.  The  taxonomy  discus.sod  in  tliis  p;iivr  is 
a  first  attempt  at  defining  a  stand;irdiscd  nomenclature  as  well  a.s  a 
structure  of  the  various  relationships  between  the  different  ty|X's  of 
feedback.  SmalllalkA' for  Windows  3.0,  an  object-oriented 
programming  environment,  is  being  used  as  the  developmeiu  uxii 
for  the  laxoiioiiiy  ;uid  the  model  of  tlie  project. 

Based  on  prelimimu^'  work  by  Fels  ( mi),  eight  general  categories 
have  been  defined  to  dcscrilx?  infoniialion  that  is  presented  to  the 
user  by  the  computer: 

1)  message; 

2)  block; 

3)  prompt; 

4)  set  of  choices; 

5)  cursor. 

(i)  alpltanumeric; 
7)  symbol;  and 
graphics. 

Ilie  message  object  provides  sy.stcni  suittis  information  to  the  user 
(e  g  ,  error  message).  A  block  object  sepai-atcs  related  iiifoniiaUon 
from  otiier  infonnation  that  is  available  to  the  user  (e.g.,  a 
w  indow).  A  prompt  iisks  tlie  conceptual  question  "what  should  tx- 
done  next"  and  etiuires  an  answer  from  the  user  (e.g..  a  button  in 
a  dialog  box).  I  he  set  of  choices  object  is  a  gniupiiig  of  choices 
liom  which  the  user  must  sclat  one  iiein  (e.g..  a  menu).  A  cursor 


indicates  tlie  operational  location  of,  and  maj  also  indicate 
function  witliin,  tite  application  currently  in  use  by  the  u-scr  (e.g., 
arrow  cursor  for  a  mouse).  These  five  categories  provide  the 
context  til  rough  which  information  isexprcsied. 

Alphanumeric,  symbol  and  graphics  objccLs  represent  how 
infonnation  is  communicated  and  expressed  to  the  u.ser  through  a 
linguistic  or  graphical  form.  The.sc  three  categories  provide  the 
content  of  the  infonnation. 

Computer  feedback  object.s  for  augmentative  communication  aids 
such  as  .scanning  arrays,  menus,  and  visual  keyboards  a:  well  as  for 
Windows  3.0  have  been  defined  using  this  hierarchical 
classification  system.  An  example  of  a  visual  keyboard  object  that 
has  been  cUissified  using  this  system  is  illusu^ated  in  Figure  2.  It  is 
defined  as  a  set  of  letters  displayed  on  the  screen  that  a  user  can 
selcx't  (and  enter  into  another  application  program)  by  pointing  to  a 
letter  with  a  pointing  device.  It  is  an  alternative  to  the  keyboard  for 
people  who  cannot  type  using  a  standard  keyboard  (Shein, 
Hajiiann,  Browiilow.Trcviranus,  Fames,  &  Milner,  1991).  As 
seen  in  Figure  2,  the  visual  keyboard  is  classified  as  a  block  that  is 
comprised  of  a  prompt,  a  cursor  and  graphics.  The  content  of  the 
prompt,  in  turn,  is  a  set  of  choices  which  consi.sLs  cf  alphanuinerics 
and  graphics.  The  cur.sor  is  comprised  of  a  graphic. 

The  apprtMCh  taken  in  classifying  these  objccLs  has  been  to 
organise  tlieni  from  the  "top  down".  The  top-most  level(s)  in  the 
hieairchy  provides  the  context  of  the  keyboard  object  and  the 
lower  levels  define  the  content.  From  tlie  example,  the  top-most 
level  of  the  visual  keyboard  is  the  block.  The  next  level  providing 
additional  context  for  the  keyboard  object  is  a  prompt  and  a  cursor. 
The  prompt  and  cur.sor  arc  coni;\ined  witliin  the  block  and  are 
six-cific  to  the  object-s  within  tlie  block  regardless  of  otiier  items 
tliat  exist  outside  of  the  block  region.  The  prompt  is  described  by 
two  lower  levels  that  provide  the  context  and  content  of  the 
prompt:  a  set  of  choices  which  is  the  .set  of  keys  available  to  be 
.sclated;  and  exh  key  (choice)  has  a  graphic  represented  by  it-s 
surrounding  box  and  an  alphanumeric  represented  by  a  letter  as  it-S 
content. 

DI.SCUS.SU)N 

Currently,  these  categories  only  define  static  infonnation  presented 
to  users  Functionality  or  dynamic  information  remains  to  be 
defined  within  the  taxonomy.  For  example,  an  arrow  cursor  is 
different  than  a  bar  cursor.  While  both  specify  location 
infonnation  (i.e.,  operations  are  performed  at  the  cursor  location) 
tliere  are  inherent  differences  in  functionality.  The  arrow  is 
as.s<xi.ited  witli  |X)inting  to  a  location  followed  by  a  selection  while 
tJie  bar  is  asscx  laied  w  itli  entering  data  at  tliat  kx'ation. 

In  addition,  a  su^ategy  lor  presenting  infomiation  in  each  modality 
ill  an  n(ipropriate  and  acceptable  fonnat  mu.st  be  developed.  For 
example,  tlie  lx;st  method  to  present  emphasis  on  an  object,  such  as 
indiaitiiig  tlie  active  application  window,  may  be  to  vary  the  pitch 
in  tlic  auditory  domain  and  change  the  colour  in  tlie  visual 
niod;ility. 

IMPLICATIONS 

Ilie  implications  for  tliis  system  are  ihM  much  of  tlie  feedback 
displayed  by  computers  and  computeri.scd  communication  aids  can 
be  defined  indeiwndcnt  of  tlie  modality  u.scd  to  express  this 
feedback,  litis  means  that  the  GUI  can  be  acec.s,sible  to  people 
who  currently  have  difficulty  understanding  the  feedback 
presented  to  them  or  who  cannot  .sec  what  is  presented  to  tliem  on 
a  computer  screen.  Handling  tlie  graphical  component  of  the  u.ser 
interface  in  a  useful  and  meaningful  way  for  [xxiple  with  visual 
impainnent-s  is  not  implemented  in  iiny  ol  the  available  screen 
reading  software,  By  describing  graphical  infonnation  using  the 
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visual  keyboard 
layout 


Hierarchical 
Classification  for 
the  visual  keyboard 
layout 


Figure  2:  Classincaiion  ot  an  Example  Visual  Keyboard  Layoul 


auditory  or  tactile  modality,  people  with  visual  impairmenui  will 
have  a  better  understanding  and  ability  to  work  with  the  GUI 
without  losing  the  infomation  that  is  conveyed  by  the  graphical 
objects. 

In  addition,  at  a  more  fundanicntal  level,  a  theory  of  how  computer 
feedback  can  be  categorised  and  expressed  as  generic  infomation 
that  is  independent  of  modality  will  contribute  to  a  more  complete 
model  of  the  user  interface.  This  will  assist  designers  in  the 
development  of  application  programs  that  use  the  auditory,  visual 
and  tactile  modalities. 
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ABSTRACT 

Analysis  of  voice  recognition  as  an  alternative  computer 
mouse  controller  for  handicapped  users  was  conducted. 
A  prototype  system  was  developed  consisting  of  a  series 
of  bandpass  filters  with  logic  controls.  This  system  was 
connected  to  a  computer  bus  mouse  controller  card 
inserted  In  a  386  PC.  Standard  mouse  movement 
commands  were  incorporated  into  the  design  including 
"left",  "right",  "up",  "down",  "stop"  and  "click".  Speaker 
independence,  recognition  accuracy  and  reliability,  and 
cost  were  design  features  incorporated  Into  the  prototype 
development 

INTRODUCTION 

Many  individuals  suffer  from  severe  handicaps  such  as 
quadriplegia,  paraplegia,  or  limited  motor  function 
resulting  from  a  variety  of  neuromuscular  disorders. 
Limitations  In  motor  function  and  coordination  prevent  the 
use  of  standard  manually  operated  devices  in  the 
workplace  and  home  environment.  Typical  of  such  devices 
is  a  microcomputer,  whose  primary  inputs  include  such 
manually  operated  devices  as  a  keyboard,  mouse, 
joystick,  touch  screen,  and  light  pen.  These  devices  are 
relatively  inexpensive  and  are  designed  for  an  able  txxiied 
population.  There  are  fewer  options  available  for  a 
disabled  population  of  potential  computer  users  (Miller  et 
ai,  1989). 

Voice  technology  has  recently  been  employed  to  allow 
Interface  to  a  computer  for  both  handicapped  and  able 
bodied  Individuals  (the  latter  group  for  cases  where 
hands-free  computer  input  is  required).  Utilizing  standard 
word  processing  languages,  a  voice  processing  system 
can  be  tailored  to  provide  text  input  and  to  control 
common  computer  functions  including  control  of  the 
operating  system.  These  voice  processing  systems  usually 
employ  a  computer  board  with  accompanying  software. 
Difficulties  associated  with  the  use  of  voice  recognition  as 
an  Input  to  actuate  devices  include  speaker  dependency, 
background  noise,  excessive  speaker  training,  recognition 
accuracy  and  repeatability,  and  expense.  These  issues 
have  been  addressed  by  Miller  and  Etter  (1990),  Bristow 
(1986)  and  Schroeder  (1985)  among  others.  Customized 
voice  recognition  systems  have  also  been  developed  for 
non-computer  applications  Including  usage  by  a  disabled 
population.  One  such  system  was  developed  to  control 
the  motion  of  a  motorized  wheelchair  for  quadraplegics 
(Miller,  et  ai,  1985) 

The  control  of  cursor  movement  by  voice,  similar  to  that 
achieved  manually  with  the  use  of  a  computer  mouse,  has 
been  restricted.  A  manually  operated  mouse  is  a  simple 
and  Inexpensive  input  device  Involving  potentiometers 
which  control  cursor  movement  through  a  serial  port  or 
bus  mounted  board.  The  development  of  a  voice  activated 


mouse  should  be  similarly  simple  to  operate  and 
inexpensive. 

This  paper  outlines  the  development  of  a  voice  activated 
computer  mouse  for  use  In  controlling  screen  cursor 
movement,  in  a  nranner  similar  to  that  acnieved  by  a 
manually  operated  mou.se.  The  device  consists  of  a  series 
of  bandpass  filters  with  logic  controls  which  interface  to  a 
bus  mouse  computer  board  through  a  standard  9  pin 
connector. 

DESIGN  AND  DEVELOPMENT 

The  voice  activated  mouse  Is  designed  to  provide  six 
words  to  control  screen  cursor  movement:  up,  down,  left, 
right,  stop  and  click.  The  system  Is  utilized  to  drive  a  bus 
mounted  mouse  on  an  IBM  compatible  80386 
microcomputer.  System  constraints  include  speaker 
Independence  and  simple  user  training.  A  Logitech  bus 
mouse  card  is  used  for  interfacing  purposes. 

The  system  schenratic  diagram  is  shown  in  figures  1.  The 
microphone  Is  wired  to  the  input  of  a  741  op  amp 
connected  as  an  inverting  amplifier  to  magnify  the  signal 
fifty  times.  The  output  of  this  amplifier  goes  through  a 
buffer  before  going  to  both  the  1 000  and  1 600  hertz  filters. 
The  buffer  eliminates  impedance  mismatch  problems 
between  the  preamp  and  filter  stages.  Both  filters  are 
active  second  order  bandpass  filters  with  Q  values  of  ten 
and  gains  of  two.  As  the  Q  value  increases,  undesirable 
frequency  components  are  attenuated  more.  The  output 
signals  of  both  filters  then  go  through  respective  variable 
amplifiers  and  then  to  respective  rms  to  dc  converters. 
The  signals  from  the  variable  amps  are  full  wave  rectified 
and  then  low  pass  filtered  to  provide  outputs  proportional 
to  the  magnitude  of  the  ac  signals.  Both  dc  outputs  are 
fed  Into  a  comparator.  Through  experimentation  it  was 
determined  that  if  the  variable  amp  for  the  1000  hertz 
signal  is  set  at  an  amplification  of  12.6  times,  and  the  amp 
for  1600  hertz  signal  Is  set  at  2.6  times,  the  comparator 
output  can  be  used  to  differentiate  between  certain  vowel 
sounds  for  both  workers  on  this  project. 

A  trigger  is  used  to  activate  the  first  timer.  The  trigger 
consists  of  a  comparator  which  has  a  i)igh  output 
whenever  a  person  speaks.  A  high  voltage  corresponds 
to  approximately  five  volts  while  a  low  voltage 
corresponds  to  about  zero  volts.  The  two  Inputs  to  the 
triqger  comparator  are  a  dc  voltage  proportional  to  the 
1000  hertz  filter  output  and  a  constant  .5  volts.  Hence,  if 
the  dc  signal  from  the  filter  is  greater  than  .5  volts,  the 
comparator  output  goes  high.  The  design  of  the  trigger 
mentioned  above  which  Incorporates  the  1000  hertz  filter 
eliminates  the  problem  of  background  noise  activating  the 
remaining  circuitry.  Large  capacitors  are  connected  to  the 
output  of  the  comparator.  The  voltage  after  the  capacitors 
pulses  high  when  a  word  Is  spoken.  This  pulse  activates 
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the  switch  which  triggers  the  first  timer  by  shorting  the 
timer  Input  to  ground.  The  timers  are  in  a  cascade 
arrangement  as  can  be  seen  from  the  schematic.  These 
one-sliot  timers  have  a  high  output  for  the  period  of  time 
specified  In  the  schematic.  At  the  end  of  50  milliseconds, 
the  100  millisecond  timer  Is  triggered  and  so  on.  The  first 
timer  clears  the  flip-flops  and  the  shift  register  In  the 
parallel  loading  mode. 

In  order  to  recognize  short  words,  a  shift  register  Is  used, 
which  when  clocked,  loads  data  serially.  At  155  ms,  the 
serial  shift  register  Is  clocked  so  that  data  Is  loaded  and 
shifted.  If  the  spoken  word  has  been  completed,  and 
therefore  the  trigger  comparator  output  Is  low,  then 
through  digital  logic  circuitry,  a  high  is  loaded  to  the  shift, 
register.   The  shift  register  has  five  outputs,  such  as 
■mil  ■  The  L  Is  for  low  and  an  H  Is  high.  If  a  short 
word  Is  spoken,  the  outputs  would  change  to  "HLLLL"  If 
a  long  word  was  next,  the  outputs  would  be  "LHLLL" 
Using  digital  logic  circuitry.  If  the  first  output  Is  high,  the 
second  output  of  the  shift  register  Is  low,  the  "stop"  flip- 
flop  Is  activated.  If  both  the  first  and  the  second  outputs 
are  high,  the  "click-  flip-flop  Is  activated.  If  the  first  output 
of  the  shift  register  Is  low  as  in  the  first  and  third  examples 
above,  neither  of  these  two  flip-flops  is  activated.  The 
spoken  word  must  last  less  than  155  milliseconds  to  be 
recognized  as  a  short  word.  A  shift  register  connected  so 
that  data  Is  loaded  In  a  parallel  fashion  and  a  decoder  is 
used  to  determine  the  longer  words.  The  five  inputs  to 
the  shift  register  are  transferred  to  the  five  corresponding 
outputs  only  when  the  shift  register  Is  clocked.  The  three 
bit  decoder  has  three  inputs  and  eight  possible  outputs 
(000,001  ,etc.)  The  output  of  the  decoder  corresponding 
to  the  three  bit  input  only  goes  high  when  the  decoder  is 
enabled  with  a  high  voltage.     At  155  milliseconds  the 
parallel  shift  register  Is  clocked.   Only  two  inputs  and 
outputs  are  used.  If  the  word  is  still  being  spoken  at  155 
milliseconds,  one  of  the  two  will  be  high  and  shifted  to  the 
shift  register  output.  The  comparator  output  which  the 
filter  Inputs  Is  used  to  determine  which  output  will  go  high. 
Two  of  the  decoder  Inputs  are  these  two  shift  register 
outputs.  The  third  decoder  Input  Is  the  trigger  comparator 
output  which  Is  high  if  a  word  Is  being  spoken  and  low 
other  wise,  as  mentioned  earlier.  These  three  decoder 
Inputs  yield  five  combinations.  All  of  the  decoder  Inputs 
may  be  low  Indicating  no  word  longer  than  155 
milliseconds  has  been  spoken.  The  Input  from  the  trigger 
comparator  maybe  high  or  low,  and  either  but  not  both  of 
the  two  Inputs  from  the  shift  register  may  be  high.  This 
arrangement  |ust  described  yields  four  more  possibilities. 
The  decoder  In  enabled  at  about  500  milliseconds  after 
the  word  begins.    When  the  decoder  Is  momentarily 
enabled,  the  appropriate  decoder  output  goes  high  briefly 
as  well.  These  decoder  output  signals  are  used  to  trigger 
the  appropriate  flip-flops.  Thus,  short  spoken  words  (with 
short  vowel  sounds)  must  last  between  155  milliseconds 
and  500  milliseconds,  and  longer  words  (with  long  vowel 
sounds)  must  last  longer  then  500  milliseconds  for  the 
desired  output  to  be  activated. 

The  flip-flop  are  cleared  at  the  beginning  of  each  word  so 
that  the  flip-flop  outputs  and  Inverted  outputs  are  low  and 
high  respectively.  These  output  levels  will  not  turn  on  the 


light  emitting  diodes  (LEDs)  or  activate  the  corresponding 
relays.  However,  when  a  flip-flop  Is  clocked,  the  output 
goes  high  and  the  Inverted  output  goes  low  which  lights 
the  desired  LED  and  closes  the  switch  In  the  relay.  The 
relays  are  wired  to  lacks  so  that  six  switched  outputs  are 
obtained.  The  two  short  words  and  the  four  longer  words 
yield  six  combinations  which  activate  sbc  different  relays. 
These  outputs  control  cursor  movement  as  a  computer 
mouse  does,  interconnections  are  made  to  a  standard  9 
pin  connector  for  a  bus  mouse  card. 
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ABSTRACT 

A  comprehensive  vocational  service  delivery  model  using 
speech  recognition  technology  was  presented  earlier  [1]  and  has 
been  applied  with  success.  Here,  we  present  two  case  studies. 
One  of  the  two  clients,  JEM,  is  an  architectural  designer,  who 
is  quadraplegic,  and  who  wishes  to  regain  self-employment. 
The  other  client,  HK,  is  a  vocational  rehabilitation  counselor, 
who  suffers  from  multiple  sclerosis,  and  who  requires  assistive 
technology  to  increase  her  productivity  on  the  job.  While 
HK's  main  concern  is  to  document  her  cases  in  a  timely 
fashion  (she  is  barely  able  to  type),  JEM  needs  to  document 
building  specs  as  well  as  to  draft  blueprints.  JEM's 
rehabilitation  program  involves  more  technology  compared  to 
HK's.  The  results  are  encouraging.  We  are  convinced  that 
when  knowledge  engineering'  is  applied  to  voice  recognition 
technology,  productivity  is  increased.  A  person  with  a 
disability  utilizing  such  assistive  technology  is  in  a  strong 
competitive  position  with  his/her  able-bodied  counterparts. 
Issues  concerning  psychosocial/medical  aspects  of  our 
rehabilitation  program  arc  al.'io  addressed. 

BACKGROUND 

There  are  approximately  650,000  individuals  in  the  Un.ted 
States  who  experience  complete  paralysis  of  all  extremities  due 
to  a  variety  of  neuromuscular  disorders  (source  from 
Washington  D.C.,  Data  on  Disability  from  the  National 
Health  Interview  Survey  1983-1985).  The  extent  to  which 
disability  impairs  manual  dexterity  contributes  to  the  problems 
individuals  with  quadriplegia  face  in  achieving  gainful 
employment.  In  view  of  these  statistics,  there  are  many 
individuals  who  could  benefit  from  speech  recognition 
technology. 

Speech  recognition  allows  individuals  to  speak  to  a  computer 
10  dictate  correspondence  or  operate  software,  instead  of  typing. 
Despite  the  enormous  potential  speech  recognition  offers 
individuals  with  severe  disabilities,  there  are  very  few  detailed 
case  studies  in  the  rehabilitation  literature  on  the  vocational 
applications  of  speech  recognition.  (For  a  more  thorough 
literature  review,  see  [1]). 

Although  there  has  been  discussion  of  the  benefits  of  speech 
recognition  technology  to  serve  the  vocational  needs  of 
persons  with  severe  disabilities,  the  technology  has  not  begun 
to  serve  all  those  who  could  potentially  benefit  from  it.  With 
the  introduction  of  large  vocabulary  speech  recognition 
technology  in  1985,  rehabilitation  professionals  anticipated 
very  optimistic  results  on  the  number  of  individuals  who 
would  return  to  work  [2).  Although  many  individuals  acquired 
or  purchased  expensive  technology,  only  a  small  percentage  of 
those  individuals  who  received  speech  recognizers  arc  currently 
employed.  Part  of  the  problem  lies  with  the  fact  that  the 
technology  has  not  been  ready  for  distribution  to  individuals 
who  arc  quadriplegic.  In  part,  it  has  been  impossible  to  predict 
based  on  client  profiles,  which  individuals  stand  the  best 
chance  of  vocationally  succeeding  with  the  technology.  This 


'  We  us*  the  Icrm  "knowledge  engineering"  in  the  sense  that  voice 
micros  tic  created  for  highly  rcpeiuble  blocks  of  texts,  «nd  the« 
macros  are  hierarchically  structured. 


problem  is  due  to  the  fact  that  little  systematic  or  thorough 
clinical  reporting  has  been  published  in  the  rehabilitation 
litciature. 

Another  important  part  of  the  problem  is  the  fact  thai  speech 
recognition  is  slow.  The  focus  has  been  that  individuals  who 
arc  disabled  are  now  able  to  do  something  they  were  not  able 
to  do  before  through  the  use  of  speech  recognition.  However, 
consider  the  employer's  perspective.  The  employer  wants  a 
cost-effective  and  productive  employee.  Computer  based  jobs 
involving  documentation  or  software  operation  can  be 
objectively  and  quantitatively  evaluated  in  terms  of  an 
individual's  productivity.  One  parameter  the  employer  needs  to 
consider  is  text  creation  rate.  The  job  the  employee  holds, 
whether  it  be  computer  programmer,  receptionist, 
administrator  or  social  service  counselor,  is  required  to  create 
text  to  complete  the  job. 

Large  vocabulary  speech  recognition  technology  is  a  severely 
rate  limited  way  to  create  text.  Few  papers  are  rcported  in  the 
literature  which  systematically  study  and  report  text  creation 
rates  with  current  speech  recognition  technology.  Antectdotal 
reports  claim  text  creation  rates  of  15  to  40  words  per  minute, 
depending  on  the  nature  of  text  beirg  created;  creating  new 
text  takes  longer  than  creating  memorized  text  Comparing 
the  rates  of  users  of  large  vocabulary  speech  recognition  to 
able-bodied  typists  makes  it  difficult  to  argue  that  speech 
recognition  technology  permits  individuals  to  produce  on  the 
job  in  a  competitive  manner.  At  the  high  range  of  the  scale, 
able-bodied  typists  are  able  to  create  text  at  approximately  1(X) 
words  per  minute.  Court  recorders  who  use  a  special  method 
of  keyboaiding  arc  able  to  type  at  approximately  150  words  per 
minute  while  conversational  speech  ranges  anywhere  between 
150  to  300  words  per  minute  [3].  If  the  employer  is  under  the 
illusion  that  speech  recognition  will  be  fast  because  speech  is 
fast,  this  may  result  in  an  initial  enthusiasm  for  the  prospect 
of  hiring  an  individual  with  severe  writing  impairments. 
However,  without  appropriate  counseling  from  a  rehabilitation 
service  delivery  team,  the  employer  may  become  disappointed 
after  comparing  the  productivity  results  of  the  speech 
recognition  user  to  the  keyboard  user. 

There  arc  instances  where  users  report  that  use  of  a  speech 
recognizer  results  in  faster  documentation  than  traditional 
methods  of  text  creation.  Emergency  medicine  physicians, 
radiologists  and  pathologists  report  a  dramatic  decrease  in  the 
time  it  takes  to  generate  a  written  report  by  making  use  of 
special  applications  of  speech  recognition  technology  [4]. 
Here,  the  speech  recognizer  is  used  to  access  pre-stored  blocks 
of  text  Often  referred  to  as  voice-macros,  these  macros  limit 
the  amount  of  text  that  needs  to  be  explicitly  spoken,  thereby 
increasing  the  rate  of  text  creation.  While  creation  of  a  large 
number  of  voice-macros  (which  can  exceed  5,000  macros)  is  a 
time-consuming  process,  the  resultant  boon  in  productivity 
can  be  well  worth  the  effort.  Adopting  the  approach  of  job 
specific  application  development,  we  predict  the  potential  of 
speech  recognition  in  vocational  rehabilitation  can  best  be 
achieved  within  an  appropriate  clinical  framework  (l].  This 
paper  focuses  on  one  technology  which  permits  job  specific 
application  development.  Its  utilization  is  illustrated  through 
two  ca.se  studies. 


RESNA  Intcrnationar92  •  June  6-11,  1992 


61 


Spri^rh  Rernfnitinn  Cnv  ^luAip': 


The  speech  recognition  technology  used  in  this  model  is  the 
Kurzweil  Voice  Report  system  (the  KVR)  manufactured  by 
Kurzweil  Applied  Intelligence  Inc.  (KAI.  Waltham, 
Massachusetts).  The  KVR  is  built  on  three  layers:  (1)  the 
large  vocabulary  voice  recognition  system  that  has 
functionally  unlimited  vocabulary  size,  is  speaker 
independent/adaptive,  uses  discrete  speech,  and  responds  in  real 
time;  (2)  the  report  generation  software  that  takes  care  of  the 
format  of  the  repons  the  KVR  generates;  and  (3)  the  dorrain- 
specific  knowledge  base  that  contains  domain-specific 
vocabularies,  and  uses  trigger  phrases  and  fill-ins  to  achieve 
increased  productivity  with  structure  and  flexibility.  The 
trigger  phrase  is  a  word  or  a  phrase  you  say  to  bring  up  a 
predefined  block  of  text.  This  block  of  text  might  contain  fill- 
in-the-blanks,  or  so<alled  "fill-ins".  Trigger  phrases  allow  the 
user  to  say  very  few  words  and  yet  produce  large  chunks  of 
texts;  "fill-ins"  keep  the  trigger-to-text  translations  flexible. 
A  knowledge  base  is  a  set  of  trigger  phrases  about  a  panicular 
topic  (i.e.,  domain). 

OBJECTIVE 

The  overall  goal  of  our  speech  recognition  rehabilitation 
program  is  to  identify  clients  whose  (potential)  job  will 
benefit  from  the  utilization  of  speech  recognition  technology, 
to  develop  speech  recognition  applications  specific  to  the  job, 
to  train  the  client,  and  to  deliver  the  technology  to  the  client 
so  s/he  can  be  gainfully  employed. 

Our  first  client,  JEM,  is  a  50  year  old  architectural  designer 
who  was  self-employed  prior  to  his  spinal  cord  injury  in  1988. 
A  C5  injury  left  him  quadraplegic.  Due  to  the  sensory  and 
motor  impairments  in  his  hands,  he  is  no  longer  able  to  fill 
out  detailed  specification  sheets,  or  to  draft  plans  for  a  house; 
nor  can  he  use  a  conventional  keyboard.  Before  JEM  was 
enrolled  in  our  speech  recognition  rehabilitation  program,  he 
used  a  double  arm  sling  to  aid  his  writing.  However,  this 
resulted  in  illegible  writing  due  to  hand  tremor.  Furthermore, 
he  could  not  do  any  precise  drawing  with  the  arm  sling.  Since 
JEM'S  speech  is  clear  (although  somewhat  slow  due  to  vocal 
cord  injury),  he  was  enrolled  in  our  speech  recognition 
rehabilitation  program.  JEM's  rehabilitation  goal  is  to  be  self- 
employed  again  with  the  aid  of  assistive  technology. 

Our  second  client,  HK,  is  a  43  year  old  vocational 
rehabilitation  counselor  with  the  state  vocational  rehabilitation 
agency,  who  was  diagnosed  with  multiple  sclerosis  in  1979. 
She  can  barely  hit  the  keyboard  with  her  left  hand,  and  she 
can't  control  her  right  hand  due  to  intention  tremor.  Her 
rehabilitation  goal  is  to  be  able  to  document  client  meetings 
and  phone  conversations  in  a  timely  fashion  using  her  voice  as 
computer  input  so  that  she  can  retain  employment. 

APPROACH 

The  approach  we  lake  for  each  client  is  somewhat  different 
depending  on  the  individual's  disability  and  the  job 
requirements.  For  JEM  to  be  gainfully  self-employed  as  an 
architectural  designer,  he  has  to  produce  (1)  detailed  written 
documents  (i.e.,  contracts,  specification  sheets,  material  lists, 
etc.);  and  (2)  architectural  drawings  with  varying  degrees  of 
detail  (i.e.,  floor  plans,  cross  sections,  etc.).  JEM's 
rehabilitation  program  involves  three  phases:  (1)  using  voice 
recognition  technology  for  document  production;  (2)  using 
voice  recognition  technology  together  with  other  means  of 
input  devices  (e.g.,  head-mounted  pointer)  to  operate  CAD 
software  to  produce  architectural  drawings  [51;  and  (3)  system 
integration.  We've  fmishcd  the  work  for  the  first  phase  and  the 
results  will  be  reported  in  the  next  section.  The  second  phase 
of  the  project  is  well  under  way.  Our  plan  for  the  .second  and 


third  phases  of  the  project  will  be  presented  in  the  discussion 
section. 

HK's  rehabilitation  program  is  essentially  the  same  as  the  fust 
phase  in  JEM's  program. 

RESULTS 

All  our  training  on  the  KVR  was  done  in  a  noisy  office 
environment,  where  people  come  and  go  and  have  meetings. 
The  recognition  rates  were  greater  than  90%  for  both  JEM  and 
HK.  We  believe  that  this  high  recognition  rate  can  be 
maintained  when  JEM  uses  his  KVR  at  home  or  when  HK 
uses  hers  in  her  office. 

JEM  has  received  over  100  hours  of  training.  The  domain- 
specific  knowledge  base  developed  for  him  allows  him  to 
produce  documents.  The  KVR  allows  JEM  to  produce 
professional-looking  documents  efficiently.  It  takes  JEM  7 
minutes  to  complete  a  2-page  specification  sheet  and  print  it 
out  on  a  laser  printer.  According  to  JEM,  it  used  to  take  him 
40  minutes  to  fill  out  the  same  spec  sheet  by  hand  prior  to  his 
spinal  cord  injury.  Post  trauma,  it  would  take  him  up  to  2 
hours  to  finish  the  same  work  and  his  handwriting  was  only 
legible  to  himself.  Wc  estimate  that  it  will  take  JEM 
approximately  2  hours  to  dictate  and  format  the  same  form 
word  by  word  using  a  conventional  large  vocabulary  isolated 
word  recognition  system. 

Due  to  his  vocal  cord  injury,  JEM's  speech  is  slow  and 
changes  over  time.  We  have  observed  that  after  2  or  3  hours 
of  continuous  speaking,  JEM's  speech  is  even  slower^.  His 
intonation  changes  as  he  struggles  to  utter  words.  With  the 
voice-macros  we've  developed  for  JEM,  he  can  produce 
documents  well  within  the  2-hour  limit  during  which  he  is  in 
good  voice. 

HK  has  received  roughly  20  hours  of  training.  The  KVR  has 
been  demonstrated  to  benefit  HK.  In  addition  to  being  able  to 
access  a  computer  through  voice  and  to  produce  documents 
very  efficiently  with  trigger  phrases,  HK  also  benefits  from 
cue  text^.  HK  is  required  to  put  codes  next  to  almost 
everything  she  documents.  While  she  remembers  some  of  the 
most  commonly  used  codes,  she  has  to  look  up  other  codes 
because  HK  also  suffers  from  memory  deficit.  Given  the 
mobility  impairments  with  her  hands,  this  is  both 
cumbersome  and  time-consuming.  With  the  KVR,  we  have 
incorporated  code  lists  in  cue  text,  so  HK  can  see  the  codes 
next  to  their  meaning,  and  be  able  to  select  one  without  going 
through  her  files. 

DISCUSSION 

We've  began  phase  two  of  JEM's  program  which  involves:  (1) 
training  JEM  to  use  AUTOCAD  software,  and  (2)  developing 
necessary  software  so  JEM  can  access  AUTOCAD  through 
voice  and/or  head-mounted  pointer  [5).  Phase  three  of  JEM's 
program  is  system  software/hardware  integration.  We  first 
became  aware  of  this  issue  when  we  moved  from  phase  one  of 
the  project  into  phase  two.  At  that  time,  the  KVR  software 
only  ran  on  a  386-PC  while  AUTOCAD  ran  on  both  the  386- 
and  486-PC.  The  question  was  what  type  of  PC  should  we 
recommend  to  JEM.  We  later  found  out  that  the  KVR  system 


ll  w«s  objeclively  and  qutmitativcly  determined  to  tike  him 
twice  as  long  to  pronounce  a  word  compared  to  a  person  without 
vocal  cord  injury. 

'  Cue  text  is  associated  with  "fill-ins".  It  is  dispUyed  on 
computer  screen  during  dictation  of  documents,  but  docs  not  cnlcr 
the  final  print-out  of  documents- 
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also  runs  or.  a  486-PC.  The  486-PC  was  chosen.  In  JEM's 
case,  sophisticated  software  and  hardware  are  needed  in  order  for 
him  to  peifcnn  at  a  competitive  level.  We  need  to  be  aware  of 
software  and  hardware  eompaiibiliiy  issues  from  the 
beginning.  In  planning  for  system  integration,  we  also  asked 
JEM  to  draw  a  floor  plan  of  his  office/drafting  area  in  his 
house  (JEM  will  be  working  at  home),  so  we  can  begin  to 
plan  how  to  position  equipment  into  his  work  space,  and 
whether  further  modifications  to  his  house  will  be  required. 

For  HK,  we  will  continue  to  implement  additional  forms.  We 
have  finished  work  on  the  "initial  interview  form",  and  have 
begun  working  on  "certificate  of  eligibility",  "fiscal  contact 
report",  and  other  forms. 

Reliable  large  vocabulary  voice  recognition  technology  is  still 
new  and  very  expensive  (>$8,000).  We  chose  the  KVR 
system  because  it  increases  productivity  dramatically  through 
knowledge  engineering.  We  believe  that  in  order  for  a  person 
with  a  disability  to  be  gainfully  employed,  s/he  needs  to 
perform  competitively  compared  to  other  people  in  the  work 
place.  As  long  as  the  tcr;,nology  is  well  supported  and  has 
potential  for  further  development,  it  should  be  demonstrated  to 
be  cost-effective  to  use. 

The  issue  of  maintenance  and  customer  support  arises 
whenever  high  lech  is  involved.  Given  the  sophistication  of 
the  KVR  and  AUTOCAD  software,  JEM  can  not  be  expected 
to  solve  all  future  problems  as  he  might  encounter.  Thus  it  is 
essential  to  have  an  adequate  plan  for  his  continuous  support 
long  after  the  technology  has  been  installed  and  after  his  case 
is  closed  in  our  program.  We  have  worked  closely  with 
customer  support  at  KAI  and  have  reason  to  believe  that  their 
customer  support  team  will  adequately  support  JEM.  Duriiig 
the  second  phase  of  our  program,  we  need  not  only  to  train 
JEM  on  CAD,  but  also  to  establish  adequate  long-term 
technical  support  for  him  on  this  technology  as  well. 

psychosocial  and  mediCJil  aspects 

In  a  rehabilitation  program  that  involves  high  tech  training, 
the  engineer  deals  with  the  client  most  of  the  time.  However, 
the  engineer  might  not  be  aware  of  all  the  medical  and 
psychosocial  aspects  about  the  client  which  we  believe  are 
important  to  the  success  of  technical  training  as  well  as  the 
client's  future  success.  Our  program  includes  on  its  team 
engineers,  a  clinical/research  psychologist,  a  speech  scientist, 
and  a  physiatrist,  who  work  together  to  promote  the  well- 
being  and  success  of  our  clients. 

Before  JEM  started  his  training  on  the  KVR  system,  the 
engineer  was  aware  of  his  short-term  memory  loss  and  was 
able  to  employ  strategies  and  utilize  features  in  the  KVR  to 
provide  cues  to  guide  him  through  dictation.  An  intensive 
training  was  done  right  after  JEM  was  introduced  all  the  basic 
features  of  the  KVR.  It  proved  to  be  quite  effective. 

As  the  training  went  on;  it  was  noticed  that  JEM  often  went 
astray  during  conversation  and  would  go  on  a  tangent  and  not 
return  to  the  topic.  JEM  appeared  to  be  manipulative  in 
negotiating  equipment  needs.  The  psychologist  discovered  that 
JEM'S  lack  of  focus  was  due  to  minor  brain  injury.  Therefore, 
he  was  not  able  to  suppress  random  thoughts  in  the  midst  of 
conversation. 

It  was  also  observed  that  JEM  seems  to  feel  that  the  more 
equipment  we  recommend,  the  more  we  support  him.  He  fears 
losing  the  emotional  or  technical  support  from  our  program. 
When  we  recommended  that  the  computer  monitor  and  the 
monitor  for  his  VisualTek  device  be  combined  so  only  one 
monitor  needs  to  be  purchased,  JEM  insisted  that  he  get  two 


monitors.  JEM  apparently  has  difficulty  letting  go  any 
equipment  he  wants  to  get.  This  will  be  negotiated  with 
JEM'S  stale  VR  counselor  and  JEM  to  suit  both  party's  needs. 

When  the  engineer  who  worked  with  JEM  for  the  first  phase  of 
the  project  noticed  something  unusual  when  the  phase  came  to 
a  close,  our  clinical  psychologist  was  able  to  point  out  the 
difficulties  some  clients  have  with  termination  of  any  kind. 
Thus  it  was  made  clear  to  JEM  that  he  will  receive  continuous 
reinforcement  training  from  the  engineer  as  he  moves  into  the 
second  phase  of  the  project.  This  helped  JEM  focus  on  the 
work  again. 

We  have  spent  much  less  time  working  with  HK  and  are  only 
beginning  to  discover  her  psychosocial  and  medical  aspects. 
HK  is  currently  working  and  uses  a  computer  at  work  site. 
She  fears  that  learning  to  use  the  KVR  at  the  same  time  will 
cause  confusion  on  her  job  (due  to  her  cognitive  limitations). 
We'll  need  to  evaluate  her  concern  and  when  necessary,  work 
out  strategies  to  help  her  better  cope. 

JEM  and  HK  are  both  highly  motivated  individuals  who  expect 
our  speech  recognition  rehabilitation  program  to  contribute  to 
their  gainful  employment.  Productivity  is  key  to  their  future 
success.  With  the  KVR  system  and  knowledge  engineering, 
we  have  been  able  to  provide  both  clients  with  a  document 
production  tool  that  allows  them  to  produce  professional 
reports  in  far  less  time  than  with  conventional  speech 
recognition  systems. 
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ABSTRACT 

Tcxl  database  may  provide  a  unified,  intuitive  front 
end  for  large-scale  cnmprehcnsive  Assistive 
Technology  information  collections.  Such  a  database 
can  combine  data  of  varied  kindsfrom  different 
sources.  A  comprehensive  text  database  of  Assistive 
Technology  available  free  of  charge  via  modem  can 
enhance  public  access  to  Assistive  Technology 
information,  both  directly,  and  indirectly  by  enhancing 
the  information  resources  of  service  providers  and 
information  providers.  This  presentation  discusses  the 
design  and  implementation  of  one  comprehensive  on- 
line text  database. 

BACKGROUND 

Information  on  all  levels  is  identified  as  a  major  need 
in  the  mandate  of  the  Tech  .-^ct -funded  state  proieels. 
Service  providers  as  well  as  users  and  their  families 
need  information  about  devices,  manufacturers, 
vendors  and  prices;  about  funding  sources;  about 
assessment,  training;,  equipment  loans,  repairs,  support 
groups  and  more.  Such  information  must  be 
comprehensive,  detailed,  up-to-date  and  easy  lo  find. 

At  the  present  time  much  of  this  information  exists, 
but  it  is  spread  over  a  large  number  of  local  or 
specialized  information  centers,  databases  and 
directories.  Learning  whei'e  to  find  information  on 
each  subject  becomes  a  highlj'  skilled  job.  Even  when 
the  information  is  available.  St  is  difficult  and  laborious 
to  ferret  out  and  collate  the  information  needed  by  an 
individual  client.  Itinerant  service  providers,  case 
managers,  and  counselors  in  remote  locations  may  not 
have  any  easy  access  to  information  collections. 

Some  databases,  like  .Abledata.  are  available  via  BRS: 
but  BRS  database  searches  are  cryptic,  and  fees  are  so 
high  that  consumers  are  largely  excluded  and  even 
service  providers  have  difficulty  covering  them. 
HyperAblcdata  requires  C  D  drives  whicn  are  not 
readily  available  to  the  average  service  provider  or 
information  and  referral  zgency.  let  alone  the 
individual  consumer.  The  Service  Delivery  Directory 
(SDD)  will  be  of  help  in  the  area  of  services,  but  may 
not  be  readily  available  in  all  locations  for  some  time. 
All  such  distributed  databases  require  conscientious 
effort  on  the  part  of  their  users  to  acquire  updates. 

STATEMENT  OF  THE  PROBLEM 

Stand-alone  information  centers 
The  usual  solution  to  information  needs  is  to  establish 
an  HOO  line  where  people  can  cz'i  an  information 
specialist  who  searches  and  finds  the  information  for 
them.  Sueh  an  approach  has  the  advantage  of  l.eing 
readily  available  and  of  providing  personal  help.  But  il 
care  is  not  taken,  this  approach  by  itself  can  easily 
result  in  the  creation  of  a  multitude  of  small 
information  centers,  each  trying  to  cover  all  fronts,  anil 
each  needing  to  create  and  maintain  information 
lolleetions.  manual  or  eomputerixed.  all  over  again 


Sharint;  information  collections  on-line 
If.  instead  of  creating  a  database  for  the  use  of  a  single 
information  center,  one  could  make  the  same  database 
available  to  every  one  on  -line  via  modem,  one  would  be 
enhancing  the  effectiveness  of  that  database 
significantly.  Instead  of  being  available  in  one  or  (if 
distributed)  in  a  small  number  of  centers,  the 
information  is  directly  available  to  anybody  who  has  a 
computer  and  a  modem  --  a  large  and  growing 
population.  Maintenance  is  required  in  one  location 
only.  Service  providers  and  experienced  consumers 
would  be  able  to  search  for  information  any  time  of 
das  or  night.  The  information  specialist  would  be  able 
lo  concenlrale  on  helping  people  who  need  person-to- 
person  assistance.  Many  information  agencies  and 
support  groups  would  be  able  to  access  the  on-line 
database  for  their  clients  as  needed,  rather  than 
sending  them  on  another  round  of  calls;  and 
resourceful  people,  whether  users,  family,  friends  or 
service  prov  iders.  would  be  able  to  browse  and  find 
informatitin  with  an  "1*11  know  il  when  1  see  it" 
approach  which  is  impossible  when  working  through  an 
information  specialist.  An  on-line  database  can  never 
lake  the  place  of  personal  assistance;  but  it  means  that 
personal  assistance  can  take  place  at  many  locations 
ralher  than  ime.  and  is  a  help  rather  than  a  barrier. 

RATIONALE 

Information  collection  issues 

.An  on-line  database  musl  be  comprehensive,  detailed 
anil  easj  10  use  to  be  effective.  Collecting 
comprehensive  data  from  scratch  on  a  scale  large 
enough  to  be  useful  is  clearly  beyond  the  scope  of  most 
inl  orniation  centers.  Nor  is  it  efficient  to  duplicate 
infornialion-colleeting  efforts.  An  alternative 
approach  w  ould  be  to  share  and  distribute  existing 
eolleclions  of  information.  There  are  many  of  these  in 
easily-duplicated  computer  format,  whether  as  a 
database,  or  as  a  w'ord-proccssingfile.  or  in  print 
w  hich  can  easily  be  scanned  into  a  computer. 

Thi'  problem  then  becomes  one  of  accessing  the 
information.  Existing  eolleclions  make  use  of  many 
different  prourams  --  databases  and  woid  processors  -- 
and  many  diflerent  hardware  platforms,  including  PC's, 
niinicompulers  and  mainframes.  Most  of  the  software 
is  not  iiser-l riendly.  and  most  word-processing 
soflwarc  is  not  meant  for  complex  information 
searches.  Even  if  one  could  obtain  many  computer 
information  collections  in  their  native  f  ormats  with 
their  original  software  and  make  them  available  on- 
line from  one  location,  navigating  between  the 
databases  and  learning  to  use  each  in  turn  might 
become  an  ordeal,  and  keeping  the  data  intact  and  safe 
from  mistakes  of  naive  users  would  be  a  nightmare. 

Combinint;  diverse  information  eolleclions  into  one 
The  alternative  is  to  combine  dala  collections  from 
many  sources  into  one  structure.  Combining  such 
diverse  inlormation  into  a  single  structure  using 
Irailitional  database  lechnology  would  be  extremely 
difl  icult  and  not  necessarily  very  lewarding.  One 
'  haw  til  know  or  guess  in  advance  all  the  data 
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structures  nnt  would  want  to  accommodate.  The 
varied  nature  of  the  information  itself  would  make  that 
task  difficult,  and  the  need  to  accommodate  diverse 
and  variable  field  lengths  and  diverse  linkages  would 
complicate  the  issue.  In  addition,  most  databases  are 
not  particularly  user-friendly  without  the  creation  of  a 
superstructure  of  menus  and  interfaces  closely  tailored 
to  the  files,  which  again  would  necessitate  knowing  in 
advance  the  structure  and  contents  of  the  information 
collections  one  would  use.  To  add  insult  to  injury,  the 
strict  field  structure  of  most  databases  would  not  really 
be  helpful  in  an  Assistive  Technology  information 
collection.  Knowing  the  terms  to  search  for  is  enough 
of  a  challenge  without  having  to  figure  out  in  which 
fields  lo  search  for  them. 

Text  dalahassasan  information  retrieval  tool 
Text  database  software  can  answer  many  of  the 
information  retrieval  needs.  Such  software  can  search 
large  volumes  of  text  for  words,  phrases  or  boolean 
combinations  of  words  or  phrases,  without  regard  to 
the  structure  of  the  records  involved.  Records  from 
via  modem  any  database,  no  matter  what  its  structure, 
can  be  transferred  into  a  text  database  and  searched 
successfully;  all  one  has  to  do  is  translate  any  codes 
into  Englisn,  a  job  that  can  easily  bo  done  by  a  simple 
computer  program.  Such  a  text  database  can  include 
records  that  originate  in  many  different  databases  or 
word  processing  documents  —  or,  for  that  matter,  in 
printed  information  scanned  into  files  (fact  sheets, 
printed  directories  and  the  like).  There  is  no  need  for 
the  records  to  conform  to  one  fixed  structure. 

On-line  database  constraints 

A  public  on-line  information  system  should  not  place 
unnecessary  barriers  before  its  users.  It  should  not 
demand  that  callers  have  any  special  hardware  or 
software,  or  special  computer  know-how  beyond  the 
basics  needed  for  any  remote  computing.  It  should 
assume  that  callers  will  probably  not  have  high-end 
equipment.  At  the  least,  one  should  be  able  to  access 
the  system  from  IBM  PC  and  compatibles,  Macintosh 
and  Apple  II  computers.  As  far  as  possible,  the  system 
should  De  designed  to  be  usable  with  letter  and  number 
keys  only,  without  function  or  control  keys  which  may 
not  work  properly  across  communications  protocols 
and  between  differing  hardware. 

Remote  rnmpiiting.  yraphics  and  adaptive  equinmcm 
The  need  for  remote  communications  prevents  the  use 
of  graphics.  Even  with  the  best  equipment, 
transmitting  graphics  screens  via  modem  makes  for 
exasperatingly  slow  computing.  In  addition,  most 
callers  would  not  have  the  same  kind  of  display 
equipment;  even  within  the  IBM  PC  family,  callers 
might  not  have  VCjA  display.  As  a  result,  a  public  on- 
line database  should  be  limited  to  ASCII  text  only. 

The  need  for  clean  ASCII  text  display  and  simple  letter 
and  number  commands  squares  neatly  with  the  use  of 
alternative  input  and  output.  People  who  use  adapted 
equipment  would  be  able  to  access  the  information  via 
modem  from  their  own  computers,  which  are  tailored 
to  their  needs  and  familiar  to  I  hem .  This  would  benefit 
disabled  counselors  and  service  providers  as  well  as 
persons  calling  for  their  own  needs. 

DESIGN 

Text  database  software 
•  The  text  database  for  our  system  was  selected 
according  to  the  following  criteria: 
Capacity.  The  ability  to  handle  very  large  amounts  of 
text  without  speed  degradation. 


Ease  of  searching.  Clear,  non-cryptic  command 
structure, with  easily  modifiable  searches;  a  clear 
indication  of  the  number  of  items  found  by  each 
search,  so  that  the  caller  can  choose  whether  to  modify 
the  search  further;  the  ability  to  use  wildcards. 
Ease  of  use.  Clean,  predictable  text  display,  without 
graphics;  ability  to  run  with  letter  and  number  keys 
only,  without  function  or  control  keys. 
Cu.stomi/ation.  Modifiable  help  and  menus,  thesaurus 
and  noise-words  list. 

Dala  maintenance.  The  ability  to  handle  information 
in  varied  format  -  no  requirement  for  a  unified 
structure;  the  ability  to  add  information  with  little 
effort  and  minimal  conversion. 

A  survey  of  existing  text  databases  pointed  io  Zylndex 
as  a  good  candidate  for  our  purposes. 

Communications  software 
The  communications  software  had  to  be  able  to 
accommodate  a  variety  of  callers'  equipment.  In 
addition,  it  had  to  be  able  to  capture  and  transmit 
correctly  direct  screen  writes  wnich  are  used  by 
Zylndex.  PcAnywhere  running  in  host  mode  answered 
these  criteria.  It  can  be  set  to  start  automatically  and 
reboot  the  computer  between  calls  for  smooth 
operation;  it  can  disable  Ctrl-C  and  Ctrl-Break  for 
security.  It  can  print  to  the  caller's  printer.  Both 
remote  and  local  keyboards  can  be  active,  so  that  long- 
distance tutorial  sessions  can  be  arranged. 

DEVELOPMENT 

Dala  sources 

(jcnerous  sharing  by  information  centers  provided  us 
with  preliminary  data  for  our  database.  As  of  January 
l'W2,  the  database  contains  information  from 
Abledata.  the  Seaside  database,  the  IBM  National 
Resource  Center  for  Persons  with  Disabilities,  and  the 
Richmond  United  Way  Human  Services  database.  We 
hope  and  expect  to  receive  information  from  other 
existing  databases  and  to  collect  local  information. 

Dala  conversions 

Zylndex  handles  information  in  file  units.  We  split  the 
information  we  received  into  small  text  files,  each 
containing  one  record.  The  first  60  non-space 
characters  of  each  file  are  displayed  by  Zylndex  as  ,-, 
comment;  therefore  we  made  sure  the  first  line  of  each 
record  was  indicative  of  its  contents  -  usually  the 
product's  name  or  generic  name.  We  converted  any 
codes  to  English,  and  added  to  each  record  a  note  of 
where  it  came  from  and  when.  The  conversions  wore 
done  by  computer  prt'giams.  Once  a  data  conversion 
program  is  written  for  a  particular  source  of 
information,  it  can  be  used  again  with  updated 
information  from  the  same  source. 

Modifications  and  setup 

We  modified  the  Zylndex  menus,  the  noise-words  list 
and  the  thesaurus.  The  on-line  help  within  Zylndex 
was  modified  lo  suggest  search  strategics  using 
Assistive  Technology  questions  as  examples.  The  data 
were  run  through  the  Zylndex  indexing  program. 
Menus,  logfiles  and  heip  screens  were  created  to  come 
up  automatically  when  users  dial  into  the  on-line 
computer.  Callers  can  search  the  database,  print 
either  at  their  computer  or  lo  a  file  they  can  download, 
and  leave  messages  for  the  information  specialists.  We 
made  the  system  as  clear  and  easy  to  use  aswe  could. 

Slate  of  the  system  as  of  January  1992 
As  of  January  1992,  the  on-line  text  database  is 
available  to  the  public  on  a  trial  basis.  It  runs  on  a 
single       PC  with  a  bf>l)M  hard  disk.  It  contains  a 
comprehensive  collection  of  data  on  Assistive 
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Tcfhni)K)g)  (Jc\ii'cs  und  sonu-  inlUrniatiiin  aluiul 
services  --  iwcr  l.VOOO  records  in  all.  The  syslcm  can 
run  unattended  and  ihecks  its  iiwn  integrity  upon 
rebooting  between  calls.  Any  person  may  lali  and  use 
the  database,  one  at  a  time.  Wc  ask,  but  do  not 
require,  that  eallcrs  fill  out  an  on-line  questionnaire 
upon  logging  off.  The  database  as  it  stands  now  is 
already  useful  to  many,  and  we  expect  to  keep  adding 
information  to  it.  By  itsf ormal  opening  in  March  1W2. 
the  database  will  be  installed  on  a  LAN  to  provide 
access  to  several  users  simultaneously,  locally  or 
through  81)0  modem  lines.  The  database  will  also  be 
used  locally  by  an  information  specialist  answering 
phone,  mail  and  walk-in  queries. 

Data  collcctini;  prospects 

The  project  is  making  several  data  collection  cITorts. 
The  SDD  software  will  be  used  to  collect  information 
on  services  on  the  state  and  local  levels.  Others  have 
undertaken  to  collect  information  on  funding  streams. 
In  each  case  the  data  will  be  available  to  the  public 
both  in  their  native  format  and  in  the  on-line  database. 
We  are  looking  for  other  information  centers  that 
would  be  willing  to  share  data  with  us;  areas  of 
particular  interest  are  demo  sites,  equipment  loan  or 
rent  programs,  product  comparisons,  peer  and  family 
support  groups,  and  user  tips. 

EVALUATION 

Using  the  on-line  database 

Sofar,  users  seem  tofind  the  system  intuitive  and  easy 
to  use,  Callers  start  out  by  specifying  words  or  phrases 
to  search  for,  with  wildcards  if  desired.  Within  a  few 
seconds,  Zvlndcx  displays  the  number  of  items 
(records)  tliat  contain  the  desired  words  or  phrases.  If 
the  number  is  large,  as  frequently  happens,  the  user 
will  probably  elect  to  modify  the  search  until  the 
number  of  items  found  looks  reasonable.  The  caller 
then  selects  to  display  the  information,  getting  a  list  of 
f  ile  names  and  comments.  One  can  go  up  and  down  the 
list  and  select  any  record  of  intereslTor  full  display. 
The  words  or  phrases  searched  for  are  highlighted  on 
the  screen,  making  it  easy  to  sec  at  a  glance  whether  j 
record  indeed  contains  the  desired  information.  There 
are  usually  some  false  hits  --  a  person  looking  for  van 
modifications  might  get  an  unrelated  item 
manufactured  at  Van  Nuys.  C'A;  but  sueh  cases  are 
easy  to  spot  and  skip  over.  The  searching  is  usually 
very  interactive,  with  the  callers  shiflingliack  and  forth 
between  specifying  terms  to  searel;  for  and  browsing 
the  information  found.  As  a  bonus,  people  are  likely  to 
encounter  items  they  were  not  looking  for.  but  which 
turn  out  to  interest  them  very  much. 

Communications  issues 

Wc  wanted  to  create  a  system  that  people  could  access 
from  a  variety  of  software  and  hardware.  As  of 
January  1992,  this  objective  is  partially  achieved. 
Callers  using  PcAnywherc/remote  have  full  use  of  all 
features  of  tne  database,  with  good  quality  display. 
Callers  with  other  hardware  or  software  may 
experience  some  display  or  keyboard  difficulties,  Lack 
of  function  or  control  keys  is  not  a  problem,  as 
practically  all  commands  can  be  given  by  letter  or 
number  keys.  Callers  who  lack  cursor  keys  may  not  be 
able  to  view  the  bottom  part  of  longer  records. 
Luckily,  most  records  fit  on  one  display  screen,  The 
screen  does  not  always  clear  properly,  which  affects 
the  menus  (the  information  aisplay  itself  is  usually 
clear).  We  are  trying  to  solve  these  problems  in  time 
for  the  public  announcement  of  the  on-line  database  in 
March  IW2,  Kven  in  its  current  state,  the  on-line 
database  is  usable  by  callers  employing  a  variety  of 
hardware  and  software  combinations,  and  already 


conlains  enough  inrormalion  to  make  accessing  it 
desirable. 

DISCUSSION 

The  best  way  to  assure  a  reliable  and  comprehensive 
coverage  of  a  given  area  is  to  have  the  information 
collected  by  a  specialist  in  that  technology,  disability, 
service  or  geographic  area.  Specialists  need  to  collect 
such  information  anyway  in  the  normal  course  of  their 
work.  Effective  information  dissemination,  however, 
calls  for  the  collected  information  to  be  available  in 
many  locations  rather  than  one,  and  as  one  or  a  few 
bodies  of  information  rather  than  as  many  narrow, 
super-speciali/ed  collections. 

Some  centrally-coordinated  collaborative  efforts  can 
be  cariied  out  on  the  collecting  end  --  Abledata  is  a 
good  example,  and  we  hope  the  SDD  will  become 
another,  By  contrast,  a  text-based  database  is  not 
intended  for  primary  information  collection.  Rather, 
it  is  a  tool  for  combining  information  collected  by 
other  methods  and  making  it  easily  searchable. 
Making  the  information  available  to  the  public  by 
modem  requires  one  to  develop  relatively  intuitive 
search  methods  rather  than  rely  on  the  information 
specialist's  training  and  skill.  It  can  benefit 
information  collectors  by  making  their  information 
widely  available  with  minimal  effort  on  their  part,  As 
in  all  computer-disseminated  information,  one  needs 
to  be  careful  of  data  ownership,  acknowledge  the 
information  sources  and  collectors,  and  obtain 
permission  for  any  copyrighted  material. 

Hosting  a  text-based  database  as  described  here  does 
not  call  for  specialised  computer  equipment,  A  larger- 
than-usual  hard  disk  is  desirable  but  not  required.  One 
could  use  a  single  desktop  computer,  for  one  user  at  a 
time;  the  use  of  a  LAN  can  create  simple  and 
expandable  multi  user  access,  It  would  be  easy  to 
create  identical  or  similar  systems,  either  to  combine 
information  frimi  diverse  sources  (as  in  our  case),  or  to 
provide  alternative  access  to  an  otherwise  forbidding 
database. 
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NORTH  CAROLINA'S  ASSISTIVE  TECHNOI^OGY  INFORMATION  AND  REFERRAL  NETWORK 


Lawrence  H.  Trachlman',  Michael  C.  Sharp' and  Susan  A.  ValiqueUc' 

1  North  Carolina  Assistive  Technology  Projecl 

2  Family  Support  Network  of  North  Carolina 


ABSTRACT 

In  response  to  Public  Law  100-407,  North  Carolina  has 
developed  a  statewide  assistive  technology  information 
and  referral  system.  This  service  combines  Ihe  resources 
and  expertise  of  two  existing  programs  to  help  match 
consumers',  families'  and  providers '  needs  with  information 
about  assistive  technology  devices  and  services.  A  seven- 
step  process  was  used  to  implement  the  network,  the  key 
feature  of  which  is  regional  electronic  information  sharing 
and  computer  data  base  access.  Results  to  date  indicate  the 
service  is  being  used  with  positive  outcomes  and  that  initial 
expectations  arc  being  met. 


BACKGROUND 

The  passage  of  Public  Law  100-407  (Uie  'Tech  Act")  has 
necessitated  that  statcsdcvclopconsumerrcsponsive  systems 
for  assistive  technology  services.  In  order  to  address  their 
citizens'  information  needs,  each  of  the  31  states  funded 
underTille  I  has  responded  with  an  information  and  referral 
(I&R)  system  unique  to  its  own  characteristics  (social, 
economic,  geographic  and  others).  Here  in  North  Carolina, 
we  have  im  plemented  a  statewide  network  for  responding  to 
assistive  technology  information  requests.  This  network  is 
modeled  after  a  similar  program  in  South  Carolina  called 
Access  Technology  (Jrachlman  and  Wiles,  1989).  Thekey 
feature  of  the  North  Carolina  system  is  that  it  uses  the 
resources  and  expertise  of  two  existing  programs  to  help 
match  caller's  needs  with  information  about  assistive 
technology  devices  and  services.  In  addition,  the  network 
provides  forstatewideeleclronicdatabase  access, arelatively 
new  feature  for  I&R  systems.  This  paper  will  describe  the 
process  of  developing  and  implementing  North  Carolina's 
I&Rnetwork,  andoffer  considerations  forolherstates'l&R 
system  planners. 

OBJECTIVES 

Initial  planning  for  North  Carolina's  assistive  technology 
I&R  system  took  place  during  January  and  February,  199 1 . 
Staff  from  the  North  Carolina  Assistive  Technology  Project 
(NCATP  -  the  state's  federally-funded  Tech  Act  program) 
developed  the  following  eight  system  goals: 

1 .  Provide  toll-free  telephone  access  to  information  about 
assistive  technology  products  and  services  for  consumers 
with  disabilities,  families,  providers  and  concerned  others 
throughout  North  Carolina. 

2.  Provide  reliable,  up-to-date  information  tliat  responds  to 
the  caller's  needs  and  is  presented  in  a  format  acceptable  to 
the  caller  (e.g.,  over  the  phone,  TDD,  hardcopy,  braille, 
large  print,  etc.) 

3.  Provide  multiple  access  points  to  I&R  services  and  for 
varying  levels  of  user  sophistication  (e.g.,  mediated/ 
unmediatcd,  call-in,  computer  dial-up,  walk-in,  etc.)  and 
accessibility  needs. 

4.  Avoid  duplication  of  services  by  using  existing  resources 
whenever  possible  in  the  system's  set-up  and 
implementation. 

5.  DcvelopasystemlhatrespoiulsUilK'iNuas'wiilulisabilitics 
and  other  potential  user*'  I&R  needs,  and  which  can  be 


regularly  evaluated  for  ius  effectiveness  in  meeting  these 
needs. 

6.  Develop  a  system  that  can  adapt  to  changing  user  needs 
and  new  information  technologies. 

7.  Plan  for  a  system  that  can  be  financially  supported  long 
term. 

8.  Maintain  contact  with  assistive  technology  l&R  programs 
regionally  and  nationally  and  encourage  infomiation  sharing 
so  as  to  stay  current  with  trends  in  the  field. 

APPROACH 

A  seven-step  process  helped  implement  the  above  goals. 

1.  FsiaM'<h  Collaboration 

After  evaluating  existing  l&R  resources  m  the  state,  we 
decided  that  the  system  goals  could  best  be  met  through  a 
cooperative  arrangement  with  the  Family  Support  Network 
of  North  Carolina(FSN).  The  FSN  is  pan  of  the  Community 
Pediatrics  Division  in  the  UNC  School  of  Medicine,  Chapel 
Hill.  It  was  created  to  help  meet  the  needs  of  families  with 
premature  infants  or  children  with  developmental  disabilities, 
behavioral  disorders  or  chronic  illnesses  as  well  as  the 
professionals  who  work  with  them.  The  FSN  now  serves 
as  North  Carolina's  Central  Directory  of  Resources  (CDR) 
for  Public  Law  99-457  (Shaip  ct.  al.,  1989).  The  CDR  is  a 
computerized  data  base  that  gives  families  and  professionals 
easy  access  to  information  about  specific  disabilities, 
services,  agencies  and  other  resources  for  children  and 
adults  with  special  needs  and  their  families.  Recognizing 
that  the  FSN  had  an  existing  computerized  data  base  of 
services,  and  that  it  was  already  operational  and  recognized 
statewide,  the  NCATP  set  up  a  collaboration  with  the  FSN 
to  provide  assistive  technology  I&R  services. 

2.  llpdaie  Services  Taxonomy 

The  central  directory,  maintained  on  a  Sun  minicomputer 
located  at  the  FSN ,  uses  the  Infol  ine  taxonom  y  (Sales,  1 99 1 ) 
to  classify  services  and  search  the  data  base.  Although 
many  otherstate's  assistive  technology  I&R  programs  were 
considering  using  the  taxonomy  being  developed  at  the 
Trace  Cente  r  (V  anderhe  iden,  1 99 1 ),  we  decided  to  stay  with 
Infoline.  Infoline  is  a  complete  human  services  taxonomy, 
and  by  using  it  we  would  also  speed  up  our  development 
process.  We  did,  however,  incorporate  Trace's  assistive 
technology  classifications  into  new  Infoline  codes.  The 
latest  version  of  Infoline  has  in  fact  been  updated  to  include 
these  assistive  technology  classifications. 

3.  rolled  Provider  Data 

In  April,  the  CDR  was  updated  to  include  assistive  technology 
service  providers  in  North  Can)lina.  A  cover  letter,  data 
collection  instrument,  coded  checklist  of  devices  and 
services,  and  self-addressed  stamped  return  envelop  were 
mailed  to  5 1 5  potential  technology  providers.  Tlicsc  included 
therapists,  rehabilitation  centers,  state  and  community 
apencies,aiidoUierspecialized programs.  Almost 50 percent 
(256)  of  the  surveys  were  returned  and  entered  into  the  data 
ba.sc.  There  are  cunently  22,0(X)  total  entries  (including 
service  providers  and  infomtalion  resources)  in  tlie  central 
directory. 
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4.  System  Deslp 

North  Carolina  s  assistive  technology  I&R  network  is 
designed  to  utilize  the  existing  resources  and  expertise  of 
both  the  NCATP  and  the  FSN  (Figure  1).  Primary  access  to 
thenetwork  is  provided  thiDu^  the  FSN'stoll-ftee  telephone 
number(althoughmanypeopie  still  call  theNCATPdirectly). 
Usitig  ttie  central  directory,  trained  FSN  counselors  help 
idenuify  services  and  ether  resources  appropriate  to  the 
caller's  needs.  Most  requests  (called  an  encounter)  are 
answered  over  the  i^one  and,  if  needed,  information 
tnaterialsaremailedout.  Whenarequestcannotbeansweted 
by  FSN  staff,  it  is  referred  electronically  to  one  of  die 
NCATP'sfiMirregionaltedinologyspecialists.  Thesestaff, 
located  inGrEenville,Rald^  Winston-Salem  and  Chailctte, 
can  each  connect  via  computer  and.modem  to  the  FSN's 
data  base  in  Chapel  Hill.  An  electronic  mail  message  alens 
the  NCAIP  staff  member  to  follow-up  with  a  tsdinology- 
related  call  from  their  region.  Necessary  back^und 
information,  such  as  disability  and  techttology  need,  is 
recalled  fmm  the  initial  encounter  in  the  central  directory. 
Using  comprehensive  print  and  electronic  resources,  the 
NCATP  specialists  are  better  able  to  respond  to  more 
difficult  assistive  technology  requests.  In  addition,  regional 
interdisci{dinary  teams  provide  back  uptecbnical  assistance 
to  the  NCATP  staff.  The  completed  encounter  is  then 
logged  directly  into  the  central  directory  and  transferred 
back  to  the  FSN  for  record  keeping  and  reporting. 

5.  Staff  Training 

NCATT  and  FSN  staff  trained  each  other  on  their  respective 
parts  of  the  I&R  system.  For  FSN's  staff,  it  was  an 
opportunity  to  learn  more  about  the  NCATP,  assistive 
twhnologytennirwlogy,  products  and  rtsources.  NCATP 
staff  learned  about  ttie  FSN,  how  to  log  into  the  central 
directory,  conduct  searches  and  use  electronic  mail.  We 
anticipate  ongoing  training  needs  as  system  changes  are 
made  and  new  quef^ons  arise. 

6.  Public  Awareness 

Initially,  promotion  of  tiie  l&R  service  was  limited  while 
devek>pment  and  training  were  taking  place.  Both  the 
NCATP  and  FSN  listed  the  toll-ftee  telephone  number  in 
their  new  brochures  which  are  regulariy  distributed.  In 
addition,  articles  were  placed  in  each  program's  newsletter 
and  also  submitted  to  other  relevant  publications  across  the 
state.  Staff  routinely  include  information  about  the  new 
service  in  presentations  to  professional  and  consumer  groups 
statewide.  We  arc  cur^enUyplaiming  for  more  widespread 
promotion  as  the  system  becomes  fully  operational. 

7.  Repoitiny  and  Evaluation 

At  present,  both  the  NCATP  and  the  FSN  record  caL'cr 
information  and  generate  quatteriy  reports.  In  additioi , 
each  program  mails  out  an  evaluation  form  to  callers  wtuch 
asks  about  their  satisfaction  with  the  service  and  any 
comments  they  may  have.  We  ate  planning  to  consolidate 
the  record  keeping,  reporting  and  evaluation  functions  as 
system  usage  increases  and  more  calls  come  in  directiy  to 
tile  FSN  through  their  toll-free  number. 

RESULTS 

The  NCATP  recorded 390 technology-related  requests  from 
Febniary  through  November,  1991.  The  primary  reasons 
for  cOiUacting  tiie  NCATP  are  shown  in  Figure  2.  Figure  3 
shows  <Jie  breakdown  by  caller  type  The  assistive 
technologies  requested  by  callers  are  shown  in  Figure  4. 
The  majority  of  the  NCATP's  calls  are  for  product 
infonnation  (251  requests),  followed  by  general  project 
infonnatlon  (77),  consultation/technical  assistance  (75), 
referral  to  other  resources  (69),  funding  assistance  (69)  and 
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specific  assessment/recommendations  (61).  The 
collaborationwiththeFSNofflciallybeganinJuly.  Through 
September,  the  FSN  received  56  tedmology-relased  c^. 
This  was  approximately  lOpercent  of  tiieir  total  numberof 
calls  (549).  Of  thes^  36  caUs,  between  IS  and  20  were 
referred  to  the  NCATP's  regional  stafffbr  further  assistance. 
Forty  eight  percent  of  the  FSN's  total  number  of  callers 
were  professionals  and  almost  40  percent  parents  or  odier 
family  members.  These  figures  closely  match  the  NCATP's 
caller  profde  (see  Figure  3). 

DISCUSSION 

We  have  found  many  benefits  in  die  approach  described 
above  foresublishing  a  statewide  assistive  technology  I&R 
service.  First,  by  combining  die  resources  of  two  existing 
programs,  we  were  able  to  expedite  the  system's 
development  This  included  not  only  the  physical  retouioes, 
such  as  a  computerized  data  base,  service  taxonomy  and 
toll-free  number,  butthetvra  programs'  respective  expettiie 
as  well.  Second,  the  electronic,  computerized  network 
linking  the  NCATP's  regional  offices  with  die  FSN 
represents  a  new  and  exciting  feature  for  I&R  systems. 
Through  thlsnetwotk.  staff  can  communicate  electronically; 
but  more  significanUy,  each  program  has  simultaneous 
access  to  the  dau  base.  This  allows  for  multi|4e  poinu  c*I 
information  retrieval  as  well  as  entering  new  data  and 
updating  existing  records.  Thus,  regional  staff  can  enter 
data  for  new  local  providers  they  have  kkntified.  and  id% 
information  immediately  becomes  available  to  the  FSN  and 
all  other  regional  offices.  We  feel  that  this  aspect  ofNoith 
Carol'na'3  system  truly  captures  some  of  the  advantage* 
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Reason  lor  Referral 


Figure  2 


Breakdown  by  Caller 


Figure  3 

offered  by  today's  information  technologies.  Finally,  tlie 
current  system  design  pitsvides  flexibility  for  growth  and 
expansion  as  new  needs  emerge.  We  arc  al  ready  considering 
adding  an  electronic  bulletin  board  onto  the  network  for 
further  information  sharing,  especially  among  consumers 
and  families. 

Thisdevelopment  project  has  not  been  without  its  challenges, 
however.  As  always,  data  collection  remains  a  major 
undertaking  for  I&R  systems,  both  initially  and  for  updates. 
Significant  commitment  of  staff  time  and  other  resources  is 
essential  to  ensure  reliable,  up-to-date  information  in  the 
data  base.  Although  we  feci  confident  with  our  initial  data 
collection  effort,  we  realize  that  many  assistive  technology 
piDvideis  were  likely  missed  and  that  continuous  updates 
will  be  needed.  Second,  the  logistics  of  setting  up  electronic 
connections  to  the  NCATP's  regional  offices  has  also  been 
challenging.  Ordering  computcrhardwarc,  installing  phone 
lines  and  providing  staff  training  all  took  slightly  longer 
than  expected.  In  addition,  the  FSN  made  a  major  upgrade 
to  both  its  hardware  and  software  during  this  period  which 
caused  a  delay  in  bringing  NCATP  staff  on-line.  However, 
these  needed  upgrades  will  help  overall  system  pcrfomiancc 
and  pravide  for  future  expansion  as  described  above.  Third, 
publicity  and  promotionrcpresent!»catch-22  for  new  systems 
like  ours.  While  wanting  to  let  people  know  about  the 
service,  you  still  don't  want  to  overload  newly  trained  staff 
who  are  using  limited  data.  We  have  used  existing  channels 
to  reach  audiences  already  familiar  with  our  programs,  and 
we  hope  to  soon  expand  our  promotion  efforts  to  include 
other  potential  users.  Finally,  we  are  still  consolidating  the 
data  collection,  reporting  and  evaluation  systems  initially 
maintained  by  the  two  respective  programs.  When 
completed,  we  hope  to  have  only  one,  computerized  record 
keeping  system.  This  will  provide  us  with  quick  and  accurate 
analysis  of  relevant  caller  data. 


Types  ol  Technology  Needs 


Figure  4 


Overall,  we  feel  this  project  has  successfully  met  our  initial 
goals.  Although  relatively  new,  the  system  provides  a  solid 
foundation  for  delivering  quality  assistive  technology  I&R 
services  in  North  Carolina.  In  addition,  by  taking  advantage 
o'  current  trends  in  information  technology,  expansion  to 
meet  future  consumer  needs  should  be  readily  achievable. 
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William  C.  Mann,  OTR,  Ph.D.,  Jurgis  Karuza.  Ph.D.,  Edwiird  Steinfeld,  D.  Arch.,  Dianne  Hurron,  RN,  M.S. 

University  at  Buffalo  -  SUNY 


ABSTRACT 

The  Center  for  Therapeutic  Applications  of  Technology  al 
the  University  at  Buffalo,  in  collaboration  with  other  major 
university  based  centers,  professional  associations,  and 
New  York  State  agencies,  initiated  work  on  September  1, 
1991  on  the  NIDRR  funded  Rehabilitation  Engineering 
Center  (REC)  on  Assistive  Technology  and  Environmental 
Interventions  for  Older  Persons  with  Disabilities.  The  lead 
research  project  for  the  REC  is  a  needs  assessment  study 
called  the  Consumer  Assessments  Project.  This  project 
provides  information  about  persons  over  60  years  of  age, 
on  the  nature  of  their  disabilties,  assistive  device  use,  their 
living  environments  and  social  support  systems,  and  quality 
of  life  indicators.  This  paper  provides  an  analysis  of  the 
results  of  the  first  200  subjects  interviewed  in  the  Con- 
sumer Assessments  Project. 

BACKGROUND 

Current  information  regardmg  the  effective  delivery  ol 
assistive  technology  and  environmental  interventions  to 
older  persons  with  disabilities  is  insufficient.  What  are  the 
major  disabilities  of  older  persons'?  What  functional 
deficits  comprise  these  disabilities?  What  "handicaps"  re- 
sult from  barriers  in  person  /  environment  interactions? 
How  do  older  persons  compensate  for  disabilities  in  differ- 
ent environments?  The  Consumer  Assessments  Project 
systematically  explores  the  interactions  between  older  per- 
sons, their  environments  and  assistive  technology.  This 
background  section  explores  the  current  state  of  knowledge 
on  the  elderly  and  its  relation  to  the  Consumer  Assessments 
Project  in  the  following  areas;  (1)  disability;  (2)  environ- 
mental interventions;  (3)  assistive  technology;  (4)  well 
being  and  quality  of  life  and  (4)  care  giver  factors. 

Disability: 

There  have  been  several  national  surveys  over  the  past 
decade  examining  limitations  in  the  activities  of  daily 
living  (ADLs)  of  the  elderly  .  These  include:  National 
Long  Term  Care  Survey  (1982  and  1984);  National  Health 
Inten'iew  Survey  (1984);  Longitudinal  Studies  of  Aging 
(1984-86);  National  Nursing  Home  Survey  (1985); 
National  Medical  Expenditure  Survey  (1987).  These 
studies  have  demonstrated  that  somewhere  between  S  and  8 
percent  of  persons  over  65  years  of  age  require  assistance 
with  at  least  one  ADL.  For  institutionalized  older  persons, 
over  90  percent  require  assistance  with  at  least  one  ADL. 
The  two  most  frequent  limitations  occur  with  bathing  and 
dressing. 

Environmental  Interventions 

Both  quality  of  life  and  health  vary  with  the  type,  location, 
and  condition  of  housing  and  the  degree  of  age  segregation 


in  the  immediate  neighborhood.'  The  level  of  environ- 
mental stimulation  and  challenge  in  the  "micro-environ- 
ment" contributes  directly  to  physical  and  mental  health.^ 
'ITie  design  of  the  micro-tnvironment  (homes,  rooms, 
spaces,  corridor  systems,  etc.)  affects  the  pattern  and 
maintenance  of  social  behavior.^  The  micro-environment 
has  a  direct  impact  on  independence  in  activities  of  daily 
living  and  also  on  security  and  safety. The  physical  envi- 
ronment has  been  recognized  both  as  a  major  object  of 
effective  behavior  and  also  as  a  structure  within  which 
control  and  autonomy  can  be  realized.^  Three  general  ob- 
servations can  be  made  about  the  research  on  aging  and 
environment  that  pertain  to  the  goals  of  the  Consumer 
Assessments  Project.  First,  without  some  understanding  of 
an  individual's  environment,  it  is  difficult  to  know  if 
changes  in  functional  ability  are  the  result  of  actual  changes 
in  health  status  or  changes  to  the  environment.  Second,  the 
spatial  behavior  of  older  people  can  tell  us  much  about  how 
successful  a  person  has  been  in  achieving  control  and 
autonomy.  Third,  housing  and  neighborhood  conditions 
must  be  examined  as  contributors  to  functional  ability  and 
life  satisfaction.  These  observations  are  operaiionalized  in 
the  Consumer  Assessments  Project  by  collecting  data  and 
examining  research  questions  related  to  two  sets  of  vari- 
ables: 1)  the  degree  to  which  t'ne  living  arrangements  and 
neighborhood  restrict  the  activities  of  older  people,  3)  the 
degree  to  which  individuals  use  and  manipulate  ths  envi- 
ronment. 

Impact  of  Assistive  Technology  on  Older  Persons 
There  have  been  very  few  reported  studies  of  the  current 
use  of,  or  need  for,  assistive  devices  by  elderly  persons. 
Labuda  in  his  recent  review  states:"  At  this  time,  there  is 
no  empiric  evidence  that  technology  intervention  will  either 
reduce  health  care  costs  or  allow  a  person  to  maintain  in- 
dependence for  e.xiended  periods  of  time  while  reducing  the 
need  for  human  intervention....  Given  the  changing  demo 


Carp.  F.  (1987).  Tho  impuct  o(  planned  housing.  In  V.  Rcgnior 
&  J  Pynoos  (Eds).  Housing  the  aged.  NY:  Eisover. 

^Lawlon.  M.  P.  &  Nahemow,  L  (1973).  Ecology  and  Iho  aging 
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graphics,  and  the  social  and  economic  demands  for  health 
care  for  the  elderly  today,  not  in  the  future,  this  is  an  area 
which  warrants  further  serious  investigation. 

A  surprisingly  large  number  of  devices  prescribed  during 
inpatient  and  outpatient  rehabilitation  are  found  in  the 
closet,  not  being  used,  months  and  years  later,  Page  et  al 
report  that  of  SOO  people  with  assistive  devices,  50%  were 
not  used.  One  major  interpretation  of  this  observation  is 
basically  that  the  patient  has  not  found  the  device  to  be  use- 
fuij  There  can  be  several  reasons  for  non  use.  First,  a 
device  may  have  outgrown  its  usefulness  because  it  served 
a  training  function;  the  assisted  function  has  been  restored 
sufficiently  to  no  longer  need  the  device.  Second,  the 
patient  was  not  adequately  trained  in  use  of  the  device  and 
he  or  she  gives  up  tryin3.  Third,  the  device  does  not  do 
the  job  and/or  the  effort  to  use  it  is  too  great.  Fourth,  de- 
vices are  sometimes  cosmetically  offensive  for  sojiie 
people;  they  refuse  to  use  them. 

Well  Seine  and  Quality  of  Life 

Measures  of  well  being  and  quality  of  life  of  older  persons 
with  disabilities  are  relevant,  in  several  ways,  to  under- 
standing the  coping  process  and  the  impact  of  assistive  de- 
vices. First,  well-being  factors  may  be  important  moderat- 
ing factors  that  can  affect  the  rate  of  rehabilitation,  the  use 
of  and  the  desire  for  assistive  devices.  Kemp  lists  several 
psycho-social  factors  that  are  predictive  cf  rehabilitative 
effectiveness:  motivation,  including  sense  of  achievement 
and  mastery,  cognitive  ability,  depression,  and  having  it 
social  support  network.*  Although  there  is  a  scarcity  of 
data  on  how  cognition  affects  the  rehabilitation  process, 
some  studies  suggest  that  cognitive  disability  makes  reha- 
bilitation less  efficient.'  Measuring  well-being  variables 
allows  the  identification  of  potentially  important  moderat- 
ing variables  which  can  enhance  or  retard  the  use  of,  and 
effectiveness  of,  assistive  devices  among  older  persons  with 
disabilities. 

Quality  of  life  measures  and  well  being  measures  of  hoih 
the  older  per.^on  ar.d  care  giver  can  also  he  powerful 
additional  outcome  indicators  for  evaluations  of  rehabilita- 
tion or  assistive  technology  interventions.  It  would  be  ex- 
pecti'd  that  as  individuals  increase  Iheir  ability  they  would 
have  enhanced  feelings  of  autonomy  and  control,  life  satis- 


^Labuda.  0.  tl990).  Impoct  of  Technology  on  Geriatric 
Rchobilitotron.  fl.  Kemp  et  ol  (Eds.)  Geriotrrc  Rehobilitolron.  NY: 
Lrttis  Brown 

'pago.  M.  et  al  (1980).  Tho  problems  of  the  saloction,  provrsron, 
and  use  o(  aids.  In  J.  Bray.  !■  S.  V/right  (Eds).  Tho  use  o( 
technology  rn  the  care  of  the  elderly  and  the  disobled.  Westport. 
CT:  Greenwood. 

^Kemp  (19901.  op.  Sit. 

^Kemp  (1990).  op,  srt. 


faction,  and  self  esteem.'"  Care  givers,  who  would  have 
less  care  giving  burden,  would  have  enhanced  well  being, 
although  it  is  unclear  if  psychiatric  syndromes  and  mor- 
bidities would  necessarily  improve."  An  added  benefit 
based  on  the  work  of  Pruchno  is  that  with  less  care  giver 
burden  and  time  spent  assisting  with  ADLs  the  risk  for  in- 
stitutionalizing the  older  person  with  disabilities  would  be 
reduced. '2  The  Consumer  Assessments  Project  measures 
several  aspects  of  quality  of  life  and  well  being. 

Care  Giver  Factors 

The  current  literature  on  care  giving  stress  and  burden 
suggests  that  assessment  of  disabled  older  persons  should 
include  assessment  of  the  primary  care  giver  (who  fre- 
quently also  is  elderly  and  disabled).  Studies  suggest  care 
giver  stress  and  feelings  of  burden  can  predict 
institutionalization  of  disabled  adults.'^  Kemp  believes 
that  the  care  giver.'  faulty  expectations  and  negative 
attitudes  toward  the  older  person  with  disabilities  can 
impede  their  rehabilitation.'^  The  number  of  ADLs 
predict  the  desire  to  institutionalize  disabled  older  persons 
residing  in  the  community.'^  The  extent  of  care  giver 
involvement  and  care  giver  stress  can  identify  important 
risk  factors  for  the  institutionalization  of  disabled  older 
persons.  Care  givers  who  are  stressed  are  al-so  at  risk  not 
only  for  reduction  in  their  quality  of  life  but  also  their 
physical  health  and  psychiatric  status.'^  Thus,  changes  in 
the  functioning  of  disabled  older  persons  by  the  use  of 
a.ssistive  devices  can  have  a  direct  effect:  on  the  person 
with  a  disability  and  an  indirect  effect  on  the  care  giver, 
whose  care  giving  burden  is  reduced. 

RESEARCH  FOCUS 

The  purpose  of  this  Consumer  Assessments  Prc>ject 
is  to  determine  unmet  and  unknown  needs  of  older  persons 
for  assistive  technology  and  environmental  interventions. 


'°Kenip  (1990).  op.  sit. 

^^Schulz,  R.  et  al  (1990).  Psychiatric  and  phy:>iC8l  morbidity 
effects  of  caregiving.  Journal  of  Garontologv.  45,  P1S1,91. 

'^Pruchno.  R..  Michales.  J.  ,  !.  Potashmk.  S.  (1990).  Predictors 
of  institutionalization  among  Aliheimer's  Disease  victims  with 
caregiver  spouses.  Journal  of  Gerontology.  45,  S259-66. 

'^Zarit.  S.  Todd.  P.  *  Harit.  J.  (19361.  Subjective  burden  of 
husbands  and  wivjs  as  caregivers:  A  longitudinal  study. 
Geronlologist.  21;  260-66. 
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Consumer  AssissmenLs  Projett 
This  project  will: 

1.  Identify  special  groups  of  older  persons  with 
major  disabilities,  determine  their  needs  for  and  use 
of  assistive  devices  and  environmental  interventions. 

2.  Develop  a  consumer  assessment  instrument  that 
will  combine  existing  and  new  knowledge  on 
functional  limitations,  use  of  assistive  devices  and 
environmental  factors  from  rehabilitation,  medicine 
and  related  fields. 

3.  Maintain  the  REC  sample  of  older  pe.-sons  and 
their  care  givers  (consumer  panels)  who  will  be 
followed  longitudinally  to  assess  their  changing 
needs  over  time. 

4.  Generate  function,  perforiiiance  and  environ- 
mental requirements  for  assistive  device 
modification  and  development  in  related  REC 
projects,  and  evaluate  marketing  strategies  fur  the 
REC  Dissemination  &  Utilization  Programs. 

5.  Provide  information  on  the  priorities  of  environ- 
mental design  research. 

METHOD 

Study  Sites  and  Populations 

Consumers  have  been  (and  continue  to  be)  recruited  from 
across  the  levels  of  care,  ranging  from  hospital  discharged 
patients  to  community  based  and  institutionalized  older  per- 
sons. Subjects  are  referred  from  (1)  discharged  rehabilita- 
tion patient  lists  of  five  area  hospitals;  (2)  contract  organi- 
zations of  the  Office  for  Aging  serving  home  ba.sed  elderly 
persons;  (3)  Veterans  Admini.stration  Home  Based  Medical 
Care  Program;  (4)  Alzheiiners  Disease  A.s.sistance  Center; 
(5)  New  York  State  (NYS)  Commission  for  the  Blind  and 
Visually  Handicapped;  (6)  the  Center  for  Tlierapeutic 
Applications  of  Technology;  (7)  the  NYS  Office  of  Voca- 
tional and  Educational  Services  for  Individuals  with  Dis- 
abilities; (8)  the  NYS  Office  of  Mental  Retardation  and 
Developmental  Disabilities;  and  (8)  three  skilled  nursing 
facilities. 


prostheses,  use  of  assistive  device.s,  type  and  condition  of 
interior  (home  or  institution)  and  exterior  (yard, 
neighborhood,  community)  living  area.  The  interviewer 
also  walks  through  the  living  area  and  rates  the  condition  of 
the  dwelling.  When  there  is  a  care  giver,  he  or  she  is 
interviewed  u.sing  the  Zarit  Care  Giver  Burden  Scale  and 
the  Shanas  Health  Self  Report.  The  Consumer  Interview 
takes  approximately  two  and  one  half  hours,  and  the  care 
giver  interview  takes  an  additional  half  hour. 

RESULTS  AND  DISCUSSION 

The  Consumer  Assessments  Project  will  be  conducted  over 
a  five  year  period.  In  Year  I,  600  subjects  will  be  inter- 
viewed. This  paper  will  pre.sent  an  analy.sis  and  discussion 
of  the  results  of  the  first  200  interviews.  This  includes 
three  major  groups  of  individuals:  (1)  persons  with  seve.'e 
visual  impairments;  (2)  persons  'ind  caregivers)  with 
AlzJieimers  Disease,  and  (3)  persons  receiving  services  in 
their  homes  through  the  Office  for  Aging  sen/ice  system. 

This  report  will  be  primarily  descriptive,  and  will  make 
recommendations  for  areas  of  assistive  device  development 
and  modification,  and  for  environmental  interventions 


Data  Collection 

Subjects  are  interviewed  in  their  residence.  A  full  tune 
research  associate  conducts  these  interviews  following  a  47 
page  structured  interview  form.  The  following  information 
is  collected:  demographics,  physical  health,  activities  of 
daily  living,  functional  status  u.sing  the  Functional 
Independence  Measure  (FIM),  mental  .status  u.sing  the 
Mini-Mental  Status  Examination  and  the  CESD  Depression 
Scale,  self  esteem  using  the  Ro.senberg  Self-Estcem  Scale, 
locus  of  control  using  the  Responsibility  .Scale,  .social 
resources,  communication,  use  of  supportive  devices  and 
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Emerging  Lifestyles,  Inc. 
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Abstract 

A  major  challenge  for  today's 
health  care  industry  is  the 
provision  of  opportunities  for 
the  elderly,   including  those 
who  are  in  institutions,  to 
achieve  their  maximum  possible 
quality  of  life.     This  should 
include  state-of-the-art 
technological  assistance  and 
environmental  adaptations. 
Ageism  and  funding  issues 
will  also  be  discussed. 

lntroduc::lon 

It  should  come  as  no  surprise  that 
America  is  getting  old.  Medical 
advances  in  this  r-entury  have 
resulted  in  a  ten-fold  increase 
in  the  numbers  of  those  persons 
who  are  over  the  age  of  65,  from 
3.1  million  in  1900  to  over  31 
million  in  1989.     By  the  year 
;iOjO,  these  numbers  are  expected 
to  increase  to  66  million,  or 
21.8  %  of  all  Americans.  The 
fastest  growing  segment  of  the 
entire  U.S.  population  is  the 
group  over  the  age  of  85,  an 
age  which,  even  ten  years  ago, 
would  have  been  rarely  reached. 

Unfortunately,  however,  as  age 
increases,  so  does  the  probability 
of  pathological  conditions  and 
age-related  disorders.  Many 
older  persons  experience  multiple 
disorders  and  physiological 
"system  failure",  resulting  in 
some  loss  or  decrease  in 
functional  abilities.     This  loss 
of  functioning  is  often  manifest 
in  an  inability  to  maintain 
independence  in  activities  of 
daily  living  (ADL's),  such  as 
grooming,  dressing,  mobility, 
toileting,  and  feeding.  Many 
of  these  persons  are  no  longer 
able  to  function  at  home  or  in 
the  community  and  are  then 
admitted  to  nursing  homes.  The 
number  of  elderly  in  nursing 
homes  is  not  insignificant: 
approximately  five  percent, 
or  1.5  million,  are 
institutionalized  for  care 


in  nursing  homes,  at  any  one 
time.     The  proportional 
percentage  of  institutionalized 
elderly  increases  with  age,  to 
22  %  of  those  persons  over 
85  years. 

Nursing  homes  have  historically 
been  seen  as  "warehouses"  for  the 
elderly,  even  though  more 
recently  many  admissions  are 
relatively  short  term  for 
convalescence  and/or 
rehabilitation.     The  emphasis  on 
rehabilitation,  physical  therapy 
in  particular,  has  become  part  of 
routine  long-term  care  only  within 
the  past  ten  years.  Recent 
legislation  (the  Omnibus  Budget 
Reconciliation  Act  of  1990)  has 
brought  attention  to  the  need 
for  restoration  of  maximum 
function  to  each  and  every 
resident;  society,  however,  lags 
behind  in  its  acceptance  of  these 
facilities  as  a  center  for  such 
routine  rehabilitation  methods 
as  encouragement  in 
independent  performance'  of 
ADL's  and  therefore  the  use 
of  technology.     Ageism  has 
stunted  the  growth  of  assistive 
technology  in  the  institutional 
setting. 

Stat*  of  th«  Art 

The  term  "assistive  technology" 
refers  to  the  use  of  devices 
and  equipment,  or  modification 
of  such,  to  provide  help  to 
someone  with  a  disability, 
or  some  difficulty  in 
performing  a  task.  Assistive 
technology  is  accepted  practice 
in  the  rehabilitation 
armamentarium.  Assistive 
technology  may  be  either 
"Hi-tech"  (such  as  robotics 
and  computers)  or  "Low-tech" 
(such  as  walkers  and  adapted 
eating  utensils) .     In  any 
case,  they  are  meant  to  allow 
an  individual  to  manage  his/ 
her  daily  activities  or  living 
environment  in  order  to  remain 
as  independent  as  possible. 
Many  elderly  persons  in  the 
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coitmiunity  are  users  of 
assistive  technology,  perhaps 
without  knowing  so:  hearing  aids, 
eyeglasses,   canes,  telephone 
amplifiers,  grab  bars  in  the 
bathroom,  and  long-handled 
reachers,   for  example. 

Assistive  technology  has  found 
its  way  into  the  nursing  home, 
to  some  extent:     walkers,  canes, 
wheelchairs,  Geri-chairs, 
commodes  and  raised  toilet  seats, 
grab  bars,  patient  lifts,  and 
shower  chairs  are  common.  Often, 
however,  the  lack  of  adequate  and 
safe  equipment,  the  availability 
of  such  devices,  and/or  the  lack 
of  knowledge  as  to  the  appropriate 
prescription  and  use  of  adaptive 
devices  results  in  ineffective  or 
abandoned  attempts  to  use  ANY  such 
devices.     Additionally,  false 
beliefs  that  institutionalized 
elderly  are  not  able  to  learn  to 
use,  or  do  not  have  a  life  span 
long  enough  to  warrant  using, 
assistive  devices,  will  only 
serve  to  stall  efforts  toward 
more  extensive  application  of 
technology  in  these  settings. 

Funding  for  assistive  technology 
in  the  nursing  home  is  a  major 
obstacle.     Medicare  will 
reimburse  only  on  a  very 
limited  basis  and  only  for  those 
devices  which  are  deemed 
"medically  necessary";  state 
medical  assistance  programs  will 
reimburse  on  a  pre-approved  basis 
only,  a  process  which  may  take 
several  months;  facilities  are 
faced  with  federal  and  state 
budget  constraints  and  are 
reluctant  to  pour  money  into 
technological  solutions  (which 
may  prove  costly) ;  families  are 
also  usually  faced  with  their 
own  financial  constraints, 
including  the  high  costs  of 
nursing  home  care  itself. 
Few  third-party  payors  allow 
for  reimbursement  of  adaptive 
devices  and  other  technological 
solutions.     Vocational  Rehab  is 
not  a  usual  resource,  as  most 
nursing  home  residents  are  long 
retired  and  not  vocational 
candidtites.     Some  adaptive 
devices,  modifications  to 
environment  or  equipment,  and 
other  technology  used  to  increase 
independent  functioning,  may  fal] 


under  the  services  of  Occupational 
or  Physical  Therapy  and  can  be 
reimbursed  under  those  disciplines 
(such  as  wheelchair  seating 
solutions).     In  general,  the 
clinician  who  recommends  a 
technological  intervention  in 
restoring  function  to  the 
institutionalized  elderly  MUST 
look  into  all  possible  resources, 
as  no  one  funding  source  is 
appropriate  in  all  circumstances. 

Directions  for  thm  Future 

Progress  has  been  made  in 
society's  treatment  of  the 
nursing  home  resident:  There 
is  increased  focus  on 
rehabilitative  services  in  order 
to  assist  the  resident  in 
regaining  maximum  functional 
independence;  emphasis  on 
patient  rights  preserves  precious 
dignity  so  often  lost  in  an 
institution;  improved  methods  of 
care  planning  and  supervision  of 
care  help  to  ensure  positive 
outcomes.     But  the  stigma  of  the 
nursing  home  and  stereotypes  of 
the  older  person  persist.  If 
assistive  technology  is  accepted 
as  "standard  operating  procedure" 
for  other  disabilities,  why  not 
for  the  elderly  person  in  the 
nursing  home  who  is  struggling 
to  hold  onto  as  much  independence 
as  possible? 

Suggestions  for  technological 
applications  in  the  nursing  home 
setting  may  include: 

-  Lighter  materials  in  the 
construction  of  walkers,  canes, 
orthotics,  prosthetics,  and  shoes 

-  Improved  devices  for  reaching, 
picking  up,  holding 

-  Improved  wheelchair  controls; 
appropriate  wheelchair 
prescription 

-  Wheelchair  seating  and 
positioning;  improved  Geri-chairs 

-  Functional  furniture 

-  Adapted  clothing,  eating 
utensils,  and  self-care  devices 

-  Environmental  controls 

-  Low-vision  aids,  audio  books, 
better  lighting 

-  Communication  devices;  longer- 
life  batteries  for  hearing  aids 

-  Balance  aids;  fall  warning 
devices 

-  Memory  aids 
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This  list  is  by  no  means 
exhaustive,  but  it  includes  many 
devices  commonly  used  for  other 
disabilities.     Rarely  are  they 
seen,  or  even  suggested,   in  the 
nursing  home  setting.  Experience 
with  technological  solutions  for 
the  institutionalized  elderly  has 
demonstrated  profoundly  successful 
outcomes,  significantly  improving 
the  quality  of  life  of  the  nursing 
home  resident.     Many  improve 
functional  independence  enough  to 
return  to  the  community. 

Siimnary 

As  a  society,  we  are  confronted 
with  increasing  numbers  of  older 
Americans,  many  of  whom  are 
institutionalized  in  nursing  homes 
due  to  significant  losses  in 
functional  ability.  Technology 
has  developed  rapidly,  and 
technological  interventions  in 
restoring  or  aiding  independent 
functioning  have  become  standard 
in  the  rehabilitation  of  persons 
with  disabilities.  Unfortunately, 
these  principles  are  not  being 
applied  for  those  elderly  in 
nursing  homes  who  would  benefit 
from  such  applications.  As 
technology  increases,  so  .too  must 
education  to  policymakers,  service 
providers,  researchers, 
care-givers,  case  managers, 
third-party  payors,  and  to  the 
elderly  themselves.  Established 
rehabilitation  interventions  are 
applicable  to  all  with  difficulty 
in  performing  tasks  (disability) ; 
this  should  not  exclude  the 
application  of  assistive 
technology  to  those  who  seek  care 
in  nursing  homes. 
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A  VIDEO  OBSERVATIONAL  DETECTION  SYSTEM  TO  CAPTURE  FALL  AND  NEAR  FALL  INCIDENTS  AMONG 

ELDERLY  NURSING  HOME  RESIDENTS 
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Rehabilitation  Research  and  Development  Center,  VA  Medical  Center-Atlanta 


ABSTRACT 

A  video  tape  observational  methodology  and 
modified  ultrasonic  intrusion  alarm  system 
were  developed  to  study  the  role  of 
environmental  and  behavioral  factors  in 
naturally-occurring  falls  and  near  falls 
among  elderly  nursing  home  residents. 
Environmental  and  behavioral  factors 
constitute  the  situation  in  which  falls  occur 
and  are  not  well  studied.  We  are  utilizing 
falls  incidents  which  would  occur  whether 
or  not  the  study  was  being  conducted,  no 
falls  are  being  induced.  The  use  of  video 
technology  and  observational  methodology 
allow  a  comparison  of  the  relative  accuracy 
of  primary  data  on  fall  events  (video 
records)  with  post-incident  self  report  data 
(fallers'  verbal  reconstructions)  and 
secondary  data  (falls  incident  reports). 

BACKGROUND 

The  observational  detection  system  was 
developed  to  collect  primary  data  in  the 
Merit  Review  funded  research  project  titled 
"Environmental  and  Behavioral  Factors 
Among  The  Elderly."  The  problem  of  falls 
among  older  people  is  the  major  focus  of  the 
study.  Previous  falls  research  has  focused 
on  the  fallcr  rather  than  the  situations  or 
circumstances  in  which  falls  occur.  This 
has  resulted  in  a  limittu  understanding  of 
the  various  causes  of  older  people's  falls.  In 
addition,  previous  falls  research  has  been 
characterized  by  the  use  of  self-reported 
reconstructions  and  secondary  data  sources 
such  as  nursing  home  falls  incident  reports. 

The  observational  detection  system  uses 
modified  ultrasonic  iiitrusion  alarms, 
charged  couple  device  (CCD)  cameras, 
surveillance  video  casette  recorders  (VCRs), 
and  an  infrared  lighting  system. 
Integrating  video  and  ultrasonic  intrusion 
alanns  produced  a  system  that  could  detect 
and  document  naturally  occurring  fall  and 
near-fall  events  among  the  institutionalized 
older  participants.  Participants  in  this 
study  were  residents  of  the  Atlanta  VA 
Medical  Center  Nursing  Home  Care  U'it.  All 
were  volunteers,  and  all  exhibited  normal 
cognitive  abilities,  ambulated  without 
wheelchairs,  and  have  a  history  of  falling. 


RESEARCH  QUESTIONS 

Some  of  the  key  research  questions  that 
need  to  be  examined  concerning  falls  are: 

1.  Do  visual  and  acoustic  distractions  divert 
attention  from  mobility  and  balance- 
maintaining  activities  (standing  up, 
walking)  and/or  objects  and  environmental 
conditions  which  are  potential  trip  and  slip 
hazards  (chair  leg,  damp  floor)?  Are  the 
distractions  associated  with  potentially 
hazardous  body  movements  such  as  rapid 
head  rotation?  Do  such  distractions 
distinguish  fall  and  near  fall  events  from 
nonfall  events? 

2.  What  activities  are  associated  with  falls? 
Are  there  differences  in  the  activity 
sequences  which  precede  falls  and  near 
falls,  and  those  which  precede  nonfall 
events?  What  are  the  apparent  interactions 
of  these  activity  sequences  and 
architectural    /    environmental  conditions? 

3.  What  are  the  roles  of  architectural  factors 
and  ambient  conditions,  such  as  spatial 
design,  flooring  materials  and  glare,  in  fall 
and  near  fall  events? 

4.  Do  the  actions  of  those  helping  the  older 
people  to  stand,  walk,  rise  from  a  chair,  etc. 
(trained  staff,  untrained  friends  and 
relatives)  contribute  to  fall  and  near  fall 
events? 

5.  Are  primary  falls  data  (video  data)  more 
complete  and  more  accurate  than  self- 
report  (fallers'  verbal  reconstructions)  and 
secondary  falls  data  (fall  incident  reports)? 


Also,  few  studies  have  examined  the  broader 
social  context  in  which  falls  occur.  For 
example,  what  other  people  were  present, 
what  were  they  doing,  and  could  they  have 
helped  prevent  the  fall  if  they  had  proper 
training. 

The  observational  detection  system  was 
developed  to  facilitate  the  investigation  of 
falls   and  their  prevention. 
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MEmOD 

A  system  composed  of  two  strategically 
placed  CCD  cameras,  a  modified  ultrasonic 
intrusion  alarm,  and  infrared  lighting 
components  was  installed  in  each 
participant's      room.  The  system 

continuously  monitored  and  recorded  the 
participants'  movements  in  their  room. 
Thus  it  was  able  to  capture  fall  and  near-fall 
events  for  later  analysis.  The  study  did  not 
have  to  rely  on  artificially  induced  falls  or 
post  hoc  data. 

Video  cameras  were  mounted  in  the  ceiling 
and  positioned  to  capture  all  movement  in  a 
participant's  room.  The  field  of  view 
included  both  sides  of  the  bed  and  all 
available  floor  space.  No  recording  was 
done  in  the  bathroom  areas  in  order  to 
protect  the  participants'  privacy.  Since  the 
CCD  camera  has  the  capability  of  picking  up 
infrared  light,  the  infrared  lighting  system 
installed  in  each  room  permitted  recording 
at  night.  Cables  linked  each  camera  to  a 
central  location  in  the  nursing  home  which 
contained  surveillance  VCRs  and  a 
monitoring  system   for  camera  viewing. 

The  ultrasonic  intrusion  alarm  consists  of  a 
transmitter  and  receiver  of  ultrasonic 
waves.  The  transmitter  projects  a  cone- 
shaped  pattern  of  ultrasonic  sound,  and  the 
receiver  "listens"  for  echoes  produced  by  a 
person's  movement  in  the  room.  When  the 
receiver  detects  movement  in  the  cone- 
shaped  pattern  of  ultrasonic  sound,  it 
activates  an  alarm  (contact  closure  switch) 
at  the  alarm  input  terminal  of  the 
surveillance  VCR.  The  surveillance  VCRs 
are  set-up  in  the  time  lapse  mode  where  the 
pictures  are  recorded  on  a  field-by-field 
basis  (facilitating  long  periods  of 
recording).  One-  the  VCR  alarm  input 
terminal  detects  an  alarm,  the  VCR  switches 
from  time  lapse  mode  into  real  time 
recording  mode.  The  VCR  continues  to 
record  as  long  as  the  ultrasonic  intrusion 
alarm  in  the  participant's  room  detects 
motion. 

When  the  ultrasonic  intrusion  alarm  unit 
no  longer  detects  movement,  the 
surveillance  VCR  concludes  the  real  time 
recording  after  an  additional  thirty  seconds. 
Thus  it  returns  to  the  time  lapse  mode  of 
operation.  This  feature  limits  the  length  of 
tape  to  be  reviewed  in  the  analysis  part  of 
the  study. 


DISCUSSION 

The  video  recording  surveillance  system 
described  in  this  paper  allows  behavioral 
researchers  to  identify  and  classify 
naturally  occurring  fall  and  near-fall 
incidents  among  older  nursing  home 
residents.  The  system  permits  unobtrusive 
observation  and  recording  of  these  fall, 
near-fall  and  non-fall  events  as  they  occur. 
Thus  it  provides  a  research  basis  for  the 
development  and  evaluation  of 
interventions  addressing  environmental 
and  behavioral  contributions  to  falls  in  the 
older     population.  The     types  of 

interventions  which  might  prove  effective 
include:  building  design  guidelines;  facility 
maintenance  procedures;  training 
programs  to  reduce  hazardous  behaviors, 
and  proper  staff  training.  The  long-term 
objective  of  this  study  is  to  use  the  research 
to  design  and  evaluate  interventions  which 
help  reduce  the  occurrence  of  falls  among 
the  elderly. 
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ABSTRACT 

Due  to  common  physical  and  psychological  change  j  which 
can  occur  with  age,  many  older  adults  experience 
"polypharmacy,"  the  concomitant  use  of  multiple  medications. 
Motivational,  cognitive,  and  sensory-motor  factors  all 
contribute  to  a  lack  of  consistency  in  medication-taking  in 
this  population.  To  improve  consistency,  various  methods 
have  been  investigated  including  a  reduction  in  the 
complexity  of  drug  regimens,  patient  education  regarding 
iUness,  importance  of  drug  therapy,  side  effects  of  drug 
therapy,  and  the  use  of  physical  aids.  Although  physical  aids 
have  contributed  to  more  consistent  medication-taking,  it  is 
often  difficult  to  determine  which  aids  are  appropriate  for 
older  populations  since  there  arc  many  different  products  on 
the  market.  As  such,  there  is  an  apparent  need  to  examine 
and  compare  these  products  to  determine  appropriate  design 
features  for  older  adults,  especially  those  with  functional 
limitations.  If  products  are  designed  with  more  capabilities 
of  older  adults  in  mind,  this  may  lead  to  greater  ease  of  use, 
reliability  and  acceptance  of  physical  aids,  and  thus,  may  lead 
to  greater  consLitency  in  medication-taking. 

BACKGROUND 

As  individuals  age,  they  tend  to  become  more 
vulnerable  to  illness  and  disease,  and  thus, 
experience  the  difficult  situation  of 
"polypharmacy."  In  fact,  in  a  study  of  244 
individuals  over  the  age  of  60  years,  (cited  in 
Nambudiri  &  Shamoian,  1986),  Chien  et  al.  found 
that  83%  of  individuals  were  taking  two  or  more 
medications.  Since  many  medications  require 
multiple  doses  per  day,  this  can  result  in  a 
complicated  medication  regimen. 

Consistency  in  medication-taking  has  become  a 
major  health  problem,  especially  among  older 
adults.  Research  indicates  that  noncompliance 
rates  can  be  as  high  as  93%,  with  an  average  rate 
of  40%  (Eraker,  Kirscht  &  Becker,  1984; 
Greenberg,  1984;  Sackett,  Haynes,  &  Tugwell, 
1985).  Numerous  research  studies  have  directly 
associated  medication  noncompliance  with  poorer 
treatment  outcomes  for  such  conditions  as 
diabetes,  epilepsy,  hypertension,  and  some 
infectious  diseases  (e.g.,  Abdi  &  Gustafsson, 
1989;  Inui,  Yourtee  &  Williamson,  1976). 

Medication  noncompliance  can  occur  in 
numerous  ways.    The  most  frequent  types  of 


noncompliance  are  medication  overdosage,  either 
from  taking  greater  than  prescribed  doses  or 
taking  the  same  drug  from  more  than  one  bottle, 
and  medication  omission.  Overmedication  can 
exacerbate  the  potential  side  effects  of  the 
medication  or  cause  severe  interactions  with 
other  medications,  while  imdermedication  may 
increase  the  severity  of  the  disease  and  lead  to 
hospitalization  or  rehospitalization.  Less 
common  errors  in  medication-taking,  albeit  no 
less  important,  include  taking  drugs  in  the  wrong 
sequence  or  in  the  wrong  order,  taking 
discontinued  medications,  taking  medications 
without  following  the  warnings  on  the  label,  and 
taking  another  individual's  medications. 

Numerous  factors  can  affect  consistency  in 
medication-taking.  An  individual's  motivation  to 
maintain  a  medication  regimen,  as  well  as  his  or 
her  cognitive,  sensory,  and  motor  capabilities  all 
affect  consistency  of  medication-taking.  Physical 
aids  such  as  pill  containers,  drug  identification 
cards,  and  unit  dose  packing  have  been  used 
successfully  as  a  partial  solution  to  improve 
consistency  in  medication-taking  (Rudd,  1979; 
Sau  Mei  Wong  &  Norman,  1987).  However, 
many  of  these  devices  have  not  been  developed 
with  geriatric  individuals  in  mind.  Some  are 
difficult  to  open,  others  have  extremely  small 
spaces  in  which  to  place  pills,  while  others  use 
lettering  that  may  be  extremely  difficult  to  see. 
It  is  anticipated  that  use  of  specific  design 
considerations  could  make  medication  dispensing 
and  organizing  products  more  acceptable,  more 
reliable,  and  easier  to  use  by  older  adults.  Better 
designed  physical  aids  could  assist  older  adults  in 
improving  consistency  of  medication-taking, 
especially  if  an  overall  strategy  of  medication- 
talcing  encorporates  other  solutions  such  as 
patient  education  or  simplification  of  medication 
regimens. 

STATEMENT  OF  THE  PROBLEM 

Many  medication  organizing  or  dispensing 
products  have  been  designed  without  knowledge 
of  the  most  appropriate  design  features  for  older 
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adults.  Wliile  they  may  be  useful  for  some 
individuals,  many  older  adults  cannot  receive  the 
full  benefit  of  these  devices  as  they  are  currently 
designed.  To  improve  ease  of  use  and  perhaps 
improve  consistency  of  medication-taking, 
medication  dispensing  and  organiadng  de^-'ces 
need  to  address  the  sensory,  motor,  and  memory 
limitations  that  face  many  older  adults  today. 

APPROACH 

Criteria  related  to  medication  dispensing  and 
organizing  devices  which  are  particularly  relevant 
to  older  adults  have  been  identified.  An  initial 
list  of  product  criteria  was  established  by 
interviewing   professionals   in   the   fields  of 
gerontology,  pharmacology,  and  technology.  This 
list  was  refined  based  on  feedback  from  a  focus 
group  held  with  older  adults.  These  individuals 
identified  the  criteria  believed  to  be  important 
with   regard   to   medication   organizing  and 
dispensing  products,  and  rated  each  criterion  in 
terms  of  its  degree  of  overall  importance. 
Among  the  factors  rated  as  important  were  ease 
of  opening/closing,  space  on  product  for  labeling 
medications,  ease  of  instructions,  cost,  and 
reliability. 

A  review  of  product  databases,  as  well  as  product 
catalogs,  was  performed  to  determine  the 
products  available  to  consumers.  It  was  found 
that  this  product  domain  includes  medication 
organizing  and  dispensing  products  which  vary 
along  a  continuum  of  complexity,  from  very  "low 
tech"  pill  organizers  of  different  kinds,  shapes, 
and  colors,  to  very  "high  tech"  devices  which  can 
be  programmed  to  dispense  medications 
automatically.  From  this,  a  representative  range 
of  products  to  be  evaluated  was  established. 

Samples  of  nine  different  products  which  span  the 
complexity  continuum  have  been  obtained  for 
evaluation.  At  the  lower  end  of  complexity,  three 
products  which  simply  hold  and/or  sort 
medications  will  be  evaluated.  Tl.ese  products 
differ,  among  other  things,  in  size,  color  coding, 
number  of  different  pills  which  can  be 
accommodated,  method  of  opening/closing,  and 
labeling.  Slightly  more  complex  are  the  products 
which  act  as  'imers  and  can  be  set  to  provide  an 
auditory  signal  at  specified  intervals  in  time. 
These  products  have  a  visual  display,  similar  to 
that  of  a  small  alarm  clock  or  calculator,  and 
must  be  reset  each  time  they  ring.    Areas  in 


which  these  products  differ  include  size,  number 
of  pills  accommodated,  method  of  setting  alarms, 
and  height  of  numbers  on  display.  Finally,  at  the 
high  end  of  complexity  are  three  products  which 
can  be  programmed  to  sound  a  signal  for  several 
doses  per  day  for  multiple  medications.  These 
products  differ  in  terms  of  progranuning 
requirements,  method  of  dispensing  pills,  ability 
to  track  and  record  pills  missed,  size/portability, 
and  size  of  visual  display,  as  well  as  in  additional 
features  such  as  printed  reports  and  warnings 
provided. 

In  order  to  establish  the  product  features  which 
are  appropriate  for  older  adults  with  functional 
limitations,  the  products  will  be  evaluated  by 
older  adults  with  sensory,  motor,  and  memory 
limitations,  as  well  as  by  their  caregivers. 
Products  will  be  tested  in  the  laboratory  to 
determine  initial  comprehensibility  of  instructions 
and  initial  ease  of  use  in  terms  of  opening, 
closing,  loading  pills,  dispensing,  etc.  Each 
product  will  then  be  used  in  the  home  to 
establish  impressions  of  the  product  design 
features  over  an  extended  period  of  time,  as  well 
as  to  determine  whether  the  use  of  these  products 
can  improve  consistency  of  medication-taking. 

IMPLICATIONS  AND  DISCUSSION 

It  is  anticipated  that  product  features  designed 
specifically  to  address  the  functional  capabilities 
of  older  adults  may  enhance  the  utility  and 
acceptance  of  these  products.  If  medication 
dispensing  and  organizing  devices  can  be  used 
easily  and  reliably  by  older  adults,  these  devices 
could  improve  consistency  of  medication-taking, 
especially  if  used  in  conjunction  with  other 
strategies. 

From  the  objective  and  subjective  data  acquired 
during  the  evaluation  process,  information  will  be 
obtained  regarding  the  appropriateness  for  older 
adults  of  various  design  features  such  as 
size/color  of  print,  method  of  opening/closing, 
method    of    loading/dispensing,    ease  of 
reading/following  directions,  etc.  Feedback  will 
be  provided  to  manufacturers  regarding  both  the 
appropriateness  of  their  existing  product  features, 
and  potential  modifications  which  could  be 
implemented  to  improve  product  use  by  older 
adults.  In  addition,  product  summaries  will  be 
provided  to  consumers  to  help  them  select 
products  appropriate  for  individuals  with  various 
functional  limitations. 
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ABSTRACT 

In  a  previous  report  [1]  we  described  a  pilot  study  on 
upper  body  accelerometry  to  measure  aging-related 
changes  in  balance,  with  the  ultimate  aim  of  preventing 
falls  or  minimizing  resultant  injury.  Pilot  data  were 
obtained  using  a  set  of  head-  and  waist-mounted 
accelcrometers  tethered  to  a  stationary  computer  by 
cables.  This  paper  reports  on  a  new  wearable 
computer-based  data  acquisition  system  that  permits 
unconstrained  motion.  Data  were  compared  to  postural 
stability  derived  from  a  self-administered 
questionnaire,  a  physical  examination  and  evaluation  of 
videotapes  of  subjects  performing  standard  balance- 
assessment  tasks. 

BACKGROUND  . 

Postural  stability  declines  with  age  due  to  combined 
vestibular,  proprioceptive  and  visual  losses,  resulting 
in  impaired  mobility  and  increased  risk  of  injurious 
falls  [2).  The  ultimate  goal  of  this  project  is  to  develop 
a  wearable  accelerometric  instrument  -  a  "balance 
onhosis"  --  making  it  possible  to  record  an  individual's 
movements  during  everyday  activities  in  a  non- 
laboratory  setting,  identify  patterns  of  movement  that 
accompany  loss  of  balance  before  a  fall  actually 
occurs,  alen  the  individual  of  pre-fall  behavior,  and  if 
necessary,  signal  a  remote  attendant  that  a  fall  has 
taken  place.  In  the  short  term,  we  expect  the  instrument 
to  be  useful  for  quantification  of  hitheno  qualitative 
clinical  diagnosis  of  balance  disorders. 

One  major  objective  is  to  create  a  means  for  real-time 
quantitative  body  motion  analysis  outside  the 
laboratory,  in  the  same  environment  and  situations  in 
which  people  actually  fall  and  injure  themselves. 
Quantitative  balance  assessment  presently  can  be  done 
by  video  image  analysis  [3]  or  by  moveable  force 
platforms  [4].  However,  these  require  that  the  patient 
be  brought  to  the  laboratory;  they  cannot  duplicate  all 
the  factors  which  may  lead  to  a  fall,  and  they  are 
expensive  ($100,000  to  $200,000,  or  $360  per  use). 
One  force  platform,  the  "Equitest"  permits  controlled 
induction  of  falls  and  separation  of  vestibular  from 
visual  feedback  [4].  On-site  balance  assessment  is 
usually  performed  by  a  trained  physical  or  occupation^ 
therapist,  and  consists  of  qualitative  "steady/unsteady" 
judgements  during  observation  of  the  subject 
performing  a  series  of  standardized  motions  [5].  Our 
instrumentation  will  allow  these  subjective  measures  to 
be  quantified  and  compared  to  normal  motion 
signatures  stored  in  computer  memory. 

METHODS 

The  wearable  balance  assessment  system  employs 
twelve  ±5  g  range  monolithic  silicon  accelerometers  in 
surface  mount  packages,  which  arc  small  enough  for 
unobtrusive  mounting  on  the  body,  even  after 
assembly  of  three  devices  for  multi-axis  sensing.  A  3- 


assembly  of  three  devices  for  multi-axis  sensing.  A  3- 
axis  assembly  is  mounted  on  each  comer  of  an 
eyeglass  frame  to  measure  head  motion  and  also  on  the 
left  and  right  sides  of  a  Velcro-covered  waist  beh  to 
measure  trunk  accelerations.  Also  on  the  belt  arc  the 
data  recording  computer  and  a  battery  pack.  Cables 
from  the  sensors  go  to  sample-and-hold  amplifier 
boards  inside  the  wearable  computer/recorder,  thus 
allowing  the  wearer  to  move  about  without  being 
tethered  to  a  fixed  computer. 

The  off-the-shelf  single-board  CMOS  computer 
("Tattletale  Mark  V",  Onset  Computer  Corp,  N. 
Falmouth,  MA)  digitizes  the  12  amplifier  outputs  at  1 
part  in  1024  accuracy  (10  bits)  at  20  to  100  millisecond 
intervals.  Also  in  the  6.5  X  2  X  3  inch  package  are  an 
interface  board  and  a  2  megabyte  memory  board 
[Figure  1  ].  After  40  to  180  minutes  of  data  collection, 
a  telephone-type  modular  cable  is  plugged  into  the 
interface  board  to  send  the  stored  data  to  a  fixed 
computer  for  processing.  Recording  is  started, 
stopped  and  coded  for  identification  of  the  wearer's 
activity  using  an  infrared  remote  control,  so  the 
experimenter  does  not  have  to  physically  contact  the 
device  while  recording. 

Fi(3URE    1:       ACCELEROMETRIC  BALANCE 
DIAGNOSIS  SYSTEM  (waist  sensors  omitted) 


A  medical  history  for  each  subject  is  obtained  via  a 
self-administered  questionnaire  and  a  physical 
examination.  These  and  the  qualitative  assessment 
protocol  for  comparison  with  the  accelerometric  score 
include  all  non-duplicated  items  from  four  published 
balance  and  activities  of  daily  living  (ADL)  assessment 
methods  (Tinetti  [5],  Wolfson  [6],  Reuben  &  Siu  17], 
and  Lemsky  [8],cf  al.). 


RESNA  Internationar92  •  June  6-11,  1992 


81 


98 


UPPER  BODY  BALANCE  DIAGNOSIS 


During  a  test  session  the  subject  wears  the 
acceleromster-equipped  eyeglass  frames  and  waist  belt. 
To  document  displacement  directly,  reflective  tape 
markers  are  attached  to  legs,  trunk,  arms  and  head; 
these  are  videotaped  for  later  image  analysis  and 
qualitative  balan'-e  assessment  using  orthogonal  split 
screen  recording  [Figure  2].  The  subject's  segmental 
dimensions  and  locations  of  reflectors  are  measured  for 
use  in  calculating  angular  acceleration  and  velocity. 

FIGURE  2:  SPLIT-FRAME  VIDEO  OF  TEST 


FIGURE   3:      PARTITIONING   OF   DATA  FILE 
(illustrated:  5  repetitions  sit/stand) 


Subjects  then  performed  65  tasks,  in  the  following 
categories: 

•  motionless  standing  and  sitting  (to  calibrate  initial 

and  post-test  angles  of  accelerometers) 

•  standing:  eyes  open,  eyes  closed,  on  toes,  on  soft 

foam,  toe-to-hcel  (tandem  stance),  on  one  leg 

•  simple  motions:  turning  and  tilting  head  and  trunk, 

neachii.^  to  left  and  right 

•  ascend  3  steps,  turn,  then  descend  3  steps, 

•  rise  from  and  sit  in  a  chair, 

•  pick  up  and  replace  objects  (penny,  1  kg  weight)  on 

floor,  overhead,  on  a  shelf 

•  walking:  natural  pace,  tandem,  step  over  2,  4  and 

8-inch  obstacles. 

•  ADL:  talking,  simulated  eating,  writing,  putting  on 

a  coat,  opening  :>  ioor 

The  first  step  in  quantitative  post-test  data  analysis  is  to 
define  the  start  and  end  of  the  activity.  The  raw  data 
contains  baselines  at  the  beginning  and  -jnd  of  an 
activity  due  to  having  the  subject  motionless  before  and 
after  the  activity.  The  mean  and  standard  deviation 
(SD)  of  tlie  fint  ten  data  points  are  calculated.  Data  are 
then  compared  to  this  mean  point-by-point  until  one 
point  is  found  to  be  2  SDs  from  the  mean.  This  point 
is  then  considered  to  be  the  beginning  of  the  activity  \a 
in  Figure  3].  The  end  of  the  activity  is  found  in  the 
same  manner  by  starting  at  the  end  of  the  data  file  and 
moving  backwards  through  the  da$a  \g  in  Figure  3]. 
Where  the  activity  is  repeated,  the  maxima,  minima 
and/or  slope  of  single  sensors  are  determined  and  used 
to  define  beginning  and  ending  of  a  single  activity  \h, 
c,  t.  c, /in  Figure  3]. 


RESULTS 

Twelve  elderiy  (5  male,  7  female,  ages  63  to  81  years) 
and  5  young  (21  to  34)  subjects  were  examined.  All 
were  mobile  and  independent  with  respect  to  ADLs. 
Performance  on  qualitative  assessment  wr\s  nominal 
except  for  the  seven  tasks  shown  in  Table  1,  with  the 
most  failures  in  eyes-closed  tandem  standing  and 
standing  on  one's  toes  for  15  seconds  each. 

TABLE  1:    QUALITATIVE  INSTABILITY 


ALL  ELDERLY 

FEMALE 

MALE 

INsZl 

LATERAL  REACH 

25% 

43% 

0% 

UPWARD  REACH 

42% 

43% 

40% 

STAND  ON  TOES 

67% 

86% 

40% 

1  F(DOT  STANCE 

33% 

43% 

20% 

TA^^DEM  STANCE 

58% 

43% 

80% 

TANDEM  WALK 

42% 

57% 

20% 

BARRIERS 

25% 

43% 

0% 

Figure  4  is  an  example  of  derivation  of  a  subject- 
specific  motion  signature  for  a  single  task,  in  this  case 
sitting  and  rising  from  a  chair,  repeated  5  times  in  rapid 
succession.  The  anterior/posterior  horizontal  (Z-axis) 
signals  at  the  right  head  were  converted  to  gravity  units 
(g  =  9.8  m/sec)  and  processed  as  shown  in  Figure  3. 
The  mean  and  SD  of  the  5  repetitions  were  calculated 
after  matching  the  minima  and  preceding  slope  of  the 
right  head  Z-axis  sensor.  Figure  4  shows  the  40 
points  (L2  sec)  before  and  after  the  matched  point  on 
the  Z-axis  at  the  head.  Angle  of  inclination  in  the 
sagittal  plane  can  be  found  by  vector  addition  of  the  X- 
and  Z-axes. 

DISCUSSION 

In  the  present  series  of  tests,  active  elderiy,  without  a 
history  of  falling,  had  the  greatest  difficulty  with  tasks 
that  required  decreased  base  of  support  (e.g.:  standing 
on  toes,  tandem  walk/stance).  Half  of  female  elderly 
also  had  problems  walking  over  barriers  and  lateral 
reaching.  Accelerometric  data  on  the  same  tasks 
corroborated  these  findings.  Accelerometry  is  most 
sensitive  to  the  start  and  end  of  volitional  motion, 
tremor  and  uncontrolled  oscillation,  impacts  such  as 
heel  strike  while  walking,  and  abrupt  tilting  of  the  head 
or  trunk,  as  upon  lo.sing  one's  balance. 
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FIGURE  4:  MEAN  &  STANDARD  DEVIATION  OF 
5  REPETITIONS  SIT-TO-STAND/STAND- 
TO-SIT,  Z  &  X  axes  (young  subject:  DK) 
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We  are  continuing  to  derive  "normal"  (uniform 
regardless  of  age)  and  age-modified  acceleration 
signatures  for  all  the  balance  assessment  tasks 
according  to  the  model  of  Figure  4.  In  this  example, 
since  variation  in  duration  of  each  of  the  5  trials  was 
not  matched,  the  SD  tends  to  increase  with  time  after 
the  matched  point;  multipoint  matching  with 
interpolation  assuming  a  constant  interval  between 
points  would  correct  for  this  variance. 

The  number  and  distribution  between  male  and  female 
subject  of  failures  to  perform  qualitative  balance  tasks 
is  ascribable  at  least  partly  to  lower  limb  muscle 
weakness  [9].  Reaching,  standing  on  tiptoe  and  on 
one  leg  all  require  high  muscle  forces  more  easily 
generated  by  men  than  women.  Tandem  stance  and 
gait  place  greater  demands  on  small  muscles  of  the 
foot;  however,  the  cause  of  the  80%  failure  rate  among 
males  is  not  known.  The  stepping-over-obstacles  test 
was  newly  devised  to  simulate  real-world  curbs  and 
thresholds;  it  appears  to  be  more  difficult  for  women 
than  for  men. 


While  the  activity  series  which  subjects  are  asked  to 
perform  is  relau  v.ly  complete,  other  tasks  which  might 
be  added  include  s.niulation  of  uneven  surfaces  such  as 
gravel  and  ridges  under  carpet,  standing  with  the  legs 
crossed  (an  extreme  form  of  tandem  stance),  standing 
on  a  beam  with  toes  and  heels  unsupported  [Horak, 
personal  communication],  carrying  an  asymmetric 
load,  and  placing  an  object  on  a  low  shelf  [!()]. 

There  are  other  uses  for  body  motion  analysis  under 
real-world  conditions,  such  as  in  sports  training  and  in 
occupational  injury  prevention  and  rehabilitation,  For 
these  purposes,  accelerometric  sensors  might  be 
attached  to  molded  splints  on  the  wrists,  to  shoes  or  to 
straps  on  the  arms  or  legs  for  monitoring  other  body 
segments  besides  the  head  and  trunk. 
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BI ANGULAR  BACK  (BAB)  -  CONCEPT  NOT  COMPONENT 
A  Five  Year  Retrospective 


Mary  Ellen  Gorden,  OTR 
Simon  A.  Margolis,  CO. 
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ABSTRACT 

The  most  difficult,  and  often  perplex- 
ing, problems  facing  clinical  seated 
positioning  practitioners  are  pel- 
vic alignment  and  stabilization,  and 
head  control/position.  Over  five 
years  ago,  we,  along  with  many  of  our 
colleagues,  adopted  a  substantially  different 
conceptual  approach  to  addressing  these 
problems.  The  heart  of  the  approach  includes 
the  use  of  the  BiAngular  Back  design  coupled 
with  a  major  emphasis  on  the  interrelation- 
ships among  the  positions  and  orientations  of 
different  parts  of  the  body.  This  holistic  ap- 
proach is  coupled  with  a  continuing  awareness 
of  the  functional  needs  of  the  client  and  their 
care  givers.  This  formula  has  led  to  great 
success  in  meeting  the  needs  of  many  people 
who  in  the  past  have  attained  only  marginal 
results  from  seating  efforts. 


BACKGROUND 

Determining  the  etiology  of  most  head  con- 
trol and  position  problems  requires  looking 
past  the  obvious.  The  position  of  the  pelvis 
and  the  presence,  or  lack,  of  natural  compli- 
mentary curves  of  the  spine  is  virtually  always 
a  major  contributor  to  head  control/position 
problems. 

Though  balancing  the  head  over  the  pelvis  by 
repositioning  the  spine  with  a  more  natural 
lumbar  lordosis,  thoracic  kyphosis,  and  cervi- 
cal lordosis  does  not  in  itself  assure  appropri- 
ate head  position;  an  unnatural  alignment  of 
the  spine,  both  anteriorly/posteriorly  or  medi- 
ally/laterally, ahnost  always  causes  head 
control/position  difficulties. 

When  the  concept  of  the  BAB  was  first 
discussed  in  1987'  there  were  a  great  many 
practitioners  unaware  of,  or  ignoring,  basic 
bio-mechanical  considerations.  The  common- 
ly accepted  approach  to  dealing  with  the 


problems  of  "thrusting  hips"  i.e.,  increased, 
often  uncontrolled,  activity  of  primarily  the 
hip  extensor  muscles,  was  to  decrease  the  seat 
to  back  angle  of  the  seated  positioning  system 
with  hardware,  by  using  a  rolled  or  wedged 
seat,  or  by  the  unfortunate  misuse  of  a  valu- 
able positioning  tool;  the  anti-thrust  seat. 

This  approach  was  (and  still  is)  used  repeat- 
edly without  taking  into  consideration: 

-  limitations  to  true  acetabular  hip  joint 
range  of  motion 

-  the  effectiveness  of  the  anterior  seating 
components  to  maintain  the  requisite 
pelvic  position 

-  the  relationship  of  the  angle  of  the  ana- 
tomical hip  joint  to  the  mechanical  seat  to 
back  angle  of  the  seating  system^ 

Though  a  great  number  of  people  are  now 
more  aware  of  these  and  other  limiting  fac- 
tors in  using  a  ninety  degree,  or  less  than 
ninety  degree,  seat  to  back  angle;  the  use  of 
seating  system  designs  that  address  these 
basic  biomechanical  issues  has  only  recently 
increased. 

Almost  all  of  the  commercially  available 
seated  positioning  system  are  provided  with  a 
basic  seat  to  back  angle  of  90  degrees. 
Though  custom  designs  are  often  available 
from  these  manufacturers;  the  indications  for 
their  use  are  not  well  publicized  nor  docu- 
mented. 


INDICATIONS 

Since  the  design  of  the  BiAngular  Back  pro- 
motes the  natural  alignment  of  the  spine,  we 
suggest  that  it's  use  is  almost  universally 
indicated.  In  our  cUnical  practices,  the  Bi- 
Angular Back  is  used  for  virtually  all  our 
clients  who  require  linear  seating  systems, 
subject  to  the  contraindications  listed  below. 
The  concept  of  the  BAB  can  easily  be  applied 
to  direct  molded  systems,  eg.,  Foam-in-Place, 
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Bead  Seat,  etc.,  as  well  as  to  indirect  molded 
systems  such  as  Contour  U  or  Summit. 

We  hope  that  you  and  your  colleagues  will 
think  of  other  contraindications  as  well.  We 
urge  you  to  share  them  with  us. 

Generally,  the  BAB  is  contraindicated: 

-  When  the  referring  clinician  or  rehabili- 
tation technology  supplier  does  not  fully 
understand  the  concept,  the  application,  the 
design  or  the  implications  of  using  an  ag- 
gressive, holistic  approach  to  seated  posi- 
tioning. 

One  of  the  barriers  to  the  acceptance  of 
the  BAB  has  been  the  fact  that  the  con- 
cept has  been  widely  misunderstood  and 
misused  by  often  well  intentioned,  though 
poorly  prepared  or  informed,  individuals. 

-  When  the  client  and/or  primary  care 
givers  are  extremely  resistant  to  change 
and  "new  ideas". 

-  When  the  client  wears  a  Thoraco- 
Lumbo-Sacral  Orthosis  (TLSO)  or  other 
type  of  external  spinal  support  when  seat- 
ed in  the  positioning  system. 

-  When  the  client  has  undergone  a  spinal 
fusion  or  has  developed  bony  changes  in 
the  spine.  These  situations,  as  well  as  the 
use  of  a  TLSO,  fix  the  amount  of  lumbar 
extension  available,  thus  negating  the 
effectiveness  of  the  BAB  concept. 

-  When  there  are  respiratory,  circulatory 
or  other  systemic  contraindications  to  the 
pelvis  being  anteriorly  tilted  and  the  lum- 
bar spine  extended. 

Other  than  these  situations,  we  feel  that  the 
BAB  concept,  to  a  greater  or  lesser  extent, 
will  benefit  ahnost  all  clients.  The  magnitude 
of  the  benefit's  gained  must  be  weighed 
against  the  additional  cost  and  effort  of  the 
BAB  design. 

Generally,  the  BAB  is  no  more  difficult,  and 
only  nominally  more  expensive,  than  many 


oiher  more  standard  back  designs.  When  us- 
ing the  BAB  concept  with  a  molded  system, 
there  is  virtually  no  additional  cost  nor  effon 
involved. 


CONCLUSIONS 

This  paper  is  not  intended  to  present  all  the 
permutations  and  ramifications  of  the  Bi- 
Angular  Back  design  as  it  relates  to  position- 
ing people  with  disabilities.  The  concept  has, 
however,  become  a  valuable  tool  for  at  least 
75  seating  practitioners  around  the  United 
States  and  Canada.  We  conservatively  esti- 
mate that  over  3000  clients  are  using  seated 
positioning  systems  incorporating  the  BAB 
design. 

We  strongly  recommend  that  you  get  further 
information  and  instruction  before  implement- 
ing these  ideas. 

Once  understood  and  masteied,  use  of  the 
BAB  concept  will  improve  the  seated  posi- 
tion, head  control  and  upper  extremity  func- 
tion of  many  of  your  clients. 

Mary  Ellen  Gorden 
Rehabilitation  Designs,  Inc. 
901  Watson  Avenue,  Suite  102 
Madison,  WI  53713 
1-800-783-1734 
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Integrating  Control  of  Multiple  Assistive  Devices:  When  is  it  Appropriate? 
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Rancho  Los  Amigos  Medical  Center 
Downey,  California 


ABSTRACT 

Technological  advances  now  t.llow  control  of  multiple 
assistive  devices  to  be  inlegtaled  to  a  single  input  device. 
However,  little  information  is  available  to  help  therapists 
determine  when  integrated  controls  should  be  recommended. 
A  retrospective  study  of  clients  at  'he  Center  for  Applied 
Rehabilitation  Technology  was  performed  to  detemiine 
factors  which  suggest  when  integrated  controls  arc  and  are 
not  appropriate.  Integrated  controls  appear  to  be  appropriate 
when:  1)  the  "best"  method  for  controlling  each  assistive 
device  is  the  same;  2)  the  individual  lias  a  single,  reliable 
access  site;  and  3)  the  individual  prefers  integrated  controls 
for  subjective  reasons.  However,  there  arc  several  reasons 
why  integrated  control  is  not  always  warranted.  First, 
integrating  control  often  results  in  performance  u^de-offs. 
Second,  the  cognitive  demands  of  integrated  controllers  are 
greater  than  those  involved  in  using  dedicated  controls  for 
each  device.  Third,  technical  limitations  may  restrict  the  use 
of  integrated  controllers  with  some  equipment.  Finally,  if 
funding  is  restricted,  the  added  cost  (up  to  $3500)  may  not 
be  justified. 

BACKGROUND 

Previously,  individuals  who  used  more  than  one 
assistive  device  were  required  to  control  each 
device  separately.  In  these  cases  control  was 
"distributed"  to  multiple  input  devices  such  as 
switches  and  joysticks,  and  often  to  more  than 
one  access  site.  Using  distributed  controls  was 
often  difficult  for  individuals  with  limited 
reliable  access  sites.  In  addition,  multiple  input 
devices  could  make  a  system  more  cumbersome 
to  use,  and  less  visually  pleasing. 

In  the  past  decade,  systems  have  been  developed 
for  specific  individuals  which  combine  control 
of  multiple  assistive  devices  to  a  single  input 
device.  For  example,  Braswell  &  Buckett 
(1983)  designed  several  configurations  of 
combined  wheelchair  and  recliner  control  for 
shoulder  control  wheelchair  users.  One  of  these 
systems  allocated  recliner  control  to  the  same 
shoulder  switch  used  to  control  the  wheelchair. 
The  "Lainey''  System  (Romich,  1984;  Trefler, 
Romich  &  Russell,  1985)  and  the  "Tamara" 
System  (Bresler,  1989)  combined  control  of 
powered  mobility,  communication,  and 
environmental  control  all  to  a  single  input 


device.  The  Lainey  system  also  provided 
control  of  a  computer  through  this  input  device. 
The  development  of  these  systems  with 
"integrated"  controls  demonstrated  that  a 
microprocessor-based  system  could  be  used  to 
integrate  control  of  multiple  assistive  devices. 

Although  the  systems  presented  above  were 
developed  for  specific  individuals,  integrated 
controllers  have  recently  become  available  on  a 
commercial  basis.  These  integrated  controllers 
offer  therapists  greater  flexibility  in  making 
recommendations  to  clients.  For  example,  the 
same  joystick  or  switches  which  are  used  to 
control  a  wheelchair  can  now  also  be  used  to 
control  a  communication  device,  a  computer,  a 
recliner,  and  an  environmental  control  unit. 
However,  this  technology  is  relatively  new  and 
as  such,  there  is  little  information  to  suggest 
when  the  use  of  integrated  controls  is 
appropriate. 

To  determine  when  integrated  controls  are 
appropriate,  two  concurrent  projects  are  being 
conducted.  The  first  of  these  involves  a 
retrospective  review  of  all  patient  charts  at  the 
Center  for  Applied  Rehabilitation  Technology 
(CART)  to  determine  the  factors  involved  in  the 
recommendation  of  integrated  controls.  The 
second  is  a  performance  study  which  examines 
how  well  disabled  individuals  are  able  to  access 
various  assistive  devices  using  both  integrated 
and  distributed  controls.  The  results  of  the 
retrospective  study  are  addressed  in  this  paper. 

RESEARCH  QUESTION 

Integration  may  be  clinically  advantageous  in 
some  cases.  However,  it  is  also  possible  that 
integrated  controls  may  actually  interfere  with  a 
user's  performance.  The  current  project  seeks  to 
determine  the  factors  which  support  integrating 
control  of  multiple  assistive  devices  and  those 
which  suggest  that  control  be  distributed  across 
multiple  input  devices.  From  this  information, 
guidelines  for  therapists  will  be  established  to 
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assist  with  the  recommendation  of  integrated 
controls. 

METHOD 

Since  the  major  commercially  available 
integrated  controllers  operate  through  the 
wheelchair  input  device,  only  those  individuals 
receiving  a  recommendation  for  powered 
mobility  were  entered  into  the  retrospective 
study.  For  each  individual  entered  in  the  study, 
information  was  obtained  regarding  the  specific 
disability,  available  access  sites,  appropriate 
access  methods,  and  system  configuration 
recommended  by  CART  therapists.  Through  a 
review  of  the  patient  data  collected,  as  well  as 
through  consultation  with  CART  therapists, 
reasons  for  recommending  or  not  recommending 
an  integrated  system  were  determined  for  each 
individual. 

RESULTS 

A  total  of  170  charts  were  reviewed.  Of  these, 
117  individuals  were  excluded  from  the 
retrospective  study,  either  because  they  were  not 
powered  mobility  users  or  because  they  did  not 
receive  an  equipment  recommendation  from 
CART. 

Forty-four  of  the  remaining  52  individuals 
(85%)  i«ceived  recommendations  for  systems 
with  distributed  controls.  The  primary  reasons 
cited  for  not  prescribing  integrated  controls  to 
these  44  individuals  included  speed,  accuracy, 
and  ease  of  use  of  distributed  controls,  as  well 
as  cognitive  limitations  which  precluded  the  use 
of  integrated  controls.  For  nine  of  these 
individuals,  therapists  reported  that  integrated 
controls  would  have  been  a  clinically  feasible 
recommendation.  However,  integrated  controls 
were  not  recommended  in  these  cases  due 
primarily  to  personal  preference  of  the  user  and 
additional  cost  of  the  integrated  controller. 

In  41  of  the  44  cases  where  distributed  controls 
were  recommended,  it  would  have  been 
technically  possible  to  integrate  the  control  of 
additional    assistive    devices    through  the 


wheelchair  input  device,  assuming  the 
individuals  were  provided  with  the  proper 
wheelchair  electronics.  For  the  remaining  three 
individuals,  their  prescribed  assistive  devices 
could  not  be  integrated  through  any  available 
integrated  wheelchair  controller. 

Of  the  nine  who  were  recommended  integrated 
controls,  one  was  not  able  to  use  distributed 
controls  due  to  physical  limitations.  This 
individual  had  a  single  reliable  access  site. 
Therefore,  integrating  control  allowed  access  of 
multiple  assistive  devices  through  a  single  input 
device.  For  two  others,  the  best  mode  of  access 
for  each  assistive  device,  when  evaluated 
independently,  was  found  to  be  the  same.  Thus, 
these  individuals  benefited  ft'om  the  use  of 
integrated  controls. 

The  remaining  six  individuals  were  physically 
able  to  use  systems  with  distributed  controls. 
However,  four  of  the  six  performed  better  with 
integrated  controls  and  found  them  easier  to  use. 
All  reported  a  personal  preference  for  integrated 
controls  --  one  reported  that  integrated  control 
minimized  the  number  of  access  devices 
required  and  provided  a  "neater"  looking  system. 
Interestingly,  one  of  the  six  actually  accessed  a 
communication  device  more  slowly  with  the 
integrated  system  but  preferred  it  for  a  number 
of  subjective  reasons,  including  aesthetics. 

DISCUSSION 

Although  these  findings  will  be  enhanced  by 
data  from  the  performance  study,  an  initial 
review  of  the  retrospective  data  indicates  that 
several  factors  are  important  in  the 
recommendation  of  integrated  controls.  First, 
integrated  controls  appear  to  be  appropriate  for 
clients  whose  "best"  method  for  controlling  each 
individual  assistive  device  is  the  same. 
Integrated  controls  are  also  appropriate  for  those 
who  have  only  a  single,  reliable  access  site. 
Finally,  integrated  controls  are  appropriate  for 
subjective  reasons,  including  aesthetics  and 
perceived  performance. 
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Despi'e  reasons  for  recommending  integrated 
control,  it  is  not  appropriate  in  many  cases. 
Integration  often  results  in  performance  trade- 
offs, especially  if  an  individual  must  use  a  less 
appropriate  mode  of  access  for  one  or  more 
assistive  devices  in  order  to  integrate  control. 
The  cognitive  demands  of  integrated  controllers 
appear  to  be  greater  than  those  involved  in  using 
dedicated  controls  for  each  device.  It  is  not 
always  technically  possible  to  integrate  all 
equipment.  Finally,  if  funds  are  restricted,  the 
added  cost  of  up  to  $3500  may  not  be  justified. 


Paula  J.  Guerette,  PhD 
CART 

7601  East  Imperial  Highway 
Rancho  Los  Amigos  Medical  Center 
Downey,  California  90242 
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ABSTRACT 

Published  studies  have  indicated  that  unmodified 
custom  seating  inserts  for  children  with  disabilities 
are  not  designed  to  withstand  the  foi  ;es  that  can  be 
generated  during  a  motor  vehicle  accident. 

As  part  of  a  project  to  develop  a  system  for 
upgrading  custom  seating  inserts  so  that  they  can  be 
used  in  motor  vehicles,  three  different  impact  tests 
were  conducted  to  investigate  both  the  dynamic 
performance  of  a  typical  custom  seating  insert  and 
the  response  of  a  child-size  anthropomorphic  dummy. 

The  results  of  the  impact  tests  demonstrated  that  an 
insert  that  has  been  provided  with  an  appropriate 
suppon  frame  and  belting  arrangement  can  provide 
children  with  physical  disabilities  the  same  level  of 
protection  as  their  able-bodied  peers.  It  was  found 
that  this  can  be  accommodated  without 
compromising  the  therapeutic  support  required. 

BACKGROUND 

Being  properly  restrained  in  a  motor  vehicle  presents 
special  problems  for  many  children  with  physical 
disabilities.  Commonly,  they  require  specialized 
postural  seating  support  and  are  often  unable  to  use 
standard,  commercial  types  of  car  passenger 
restraints  alone  because  of  dependent  sitting,  skeletal 
deformities  and/or  uncontrolled  head  movements 
(U). 

Faced  with  having  to  transport  their  children,  parents 
and  caregivers  often  have  no  alternative  but  to 
position  their  children  in  postural  support  devices  and 
secure  them  using  the  vehicle  lap  belt  and  the  straps 
provided  with  the  seating  systems.  An  even  less 
desirable  situation  positions  the  child  on  another 
passenger's  lap  with  a  single  seat  belt  around  both. 

While  the  disabled  child  may  be  adequately 
supported  during  normal  automobile  manoeuvres, 
such  arrangements  violate  basic  crashworthiness 
principles  and  could  contribute  to,  rather  than 
prevent,  serious  occupant  injury  or  death  during  an 
automoDile  accident  (3). 

Recognizing  the  unique  positioning  requirements  of 
physically  disabled  passengers.  Transport  Canada 


recently  issued  Canadian  Motor  Vehicle  Safety 
Standard  (CMVSS)  213.3  -  Restraint  Systems  for 
Disabled  Persons.  In  CMVSS  213.3,  a  production 
seating  systems  used  for  transportation  must  meet 
specific  performance  criteria  for  certification. 

METHOD 

Dynamic  tests 

The  goal  of  the  test  programme  was  to  examine  the 
impact  performance  of  various  restraint  arrangements 
and  to  compare  the  performance  with  relevant 
dynamic  requivements  of  federal  regulations  for  child 
restraint  systems. 

To  comply  with  the  regulations,  the  maximum 
forward  head  excursion  for  the  test  dummies  must 
not  exceed  720  mm  (28.5  inches)  from  a  reference 
point  on  the  impact  sled.  Also,  the  chest  acceleration 
of  the  instrumented  dummy  must  not  exceed  a 
loading  of  60  g's  for  more  than  3  milliseconds. 

Dynamic  tests  were  conducted  at  the  Impact  Studies 
Facility  of  the  Defence  and  Civil  Institute  of 
Environmental  Medicine  (DCIEM)  in  Downsview, 
Ontario.  At  DCIEM,  a  crash-simulator  system  is 
used  to  provide  impacts  which  are  typical  of 
vehicular  crashes.  The  simulator  is  intended  to  mimic 
the  response  of  a  head-on  vehicular  collision  of  30 
miles  per  hour  into  a  stationary  object  (as  required 
by  CMVSS  213.3). 

Three  impact  tests  were  conducted.  In  each  case,  an 
instrumented  anthropomorphic  dummy  was  used  to 
simulate  a  three  year-old  child.  An  identical  custom 
foam-and-plywood  insert  was  provided  for  each  test, 
however,  the  method  of  restraining  the  insert  and 
securing  the  duiruny  was  varied  for  each  run. 

Test  run  1.  To  obtain  baseline  information,  the  first 
test  involved  using  an  unmodified,  custom  foam-and- 
plywood  insert.  Both  the  dummy  and  insert  were 
restrained  by  the  car  lap  belt  to  typify  the 
arrangement  used  by  most  parents. 

Test  run  2.  The  second  test  used  the  same  seat 
configuration,  but  it  was  upgraded  to  meet  the 
requirements  of  CMVSS  213.3.  Enhancements 
included  using  upper  and  lower  torso  restraint  belts. 
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and  a  suitably  anchored  tether  strap  to  limit  rotation 
of  the  back  support. 

The  vehicle  lap  belt  was  placed  behind  the  dummy, 
but  in  front  of  the  seat's  hinge,  to  ensure  that  insen 
loads  were  not  applied  to  the  occupant  during  the 
impact. 

Test  run  3.  The  final  test  incorporated  a  prototype 
restraint  system  that  consisted  of  a  steel  "conversion" 
frame,  adjustable  restraint  belts,  and  hardware  which 
was  attached  to  the  insert. 

The  conversion  frame  was  designed  to  be  the 
primary  load  bearing  structure  responsible  for  "riding 
down"  car  deceleration  during  a  collision.  It 
provided  the  anchor  points  for  the  occupant  shoulder 
harness,  pelvic  belt,  crotch  belt,  and  tether  strap. 

The  frame  was  an  arrangement  of  tubular  steel 
configured  to  rest  on  the  car  passenger  seat  and 
readily  accept  a  custom  seating  insert  removed  froin 
a  wheeled  mobility  base. 

RESULTS 

Quantitative  results  of  the  impact  tests  are  provided 
in  Table  1. 

Te.st  run  1.  Results  of  the  first  run  indicated  that 
while  chest  accelerations  were  measured  to  be  v/ithin 
the  required  level  of  acceptance,  severe  "jack- 
knifing"  of  the  insen  and  dummy  resulted  in  a  head 
excursion  nearly  eight  inches  beyond  the  safe  limit, 
These  findings  corroborate  the  results  of  earlier  tests 
conducted  by  Transport  Canada  (4). 

Chest  acceleration  was  found  to  be  within  the  bounds 
specified  in  CMVSS  2133  for  this  test,  however,  the 
chest  strap  did  not  play  a  major  role  in  restraining 
the  dummy.  The  time  and  magnitude  of  maximum 
chest  acceleration  suggest  tliat  lap  belt  loading, 
although  not  measured,  was  likely  very  high. 

Since  the  insert  and  dummy  were  both  held  using  a 
single  lap  belt,  the  seat  applied  loading  directly  to 
the  occupant  during  the  impact,  The  vehicle  lap  bell 
was  also  found  to  be  twisted  following  the  test, 
suggesting  that  the  load  v. as  not  well  distributed  over 
the  pelvis. 

Test  run  2.  Results  of  the  second  test  demonstrated 
marked  improvements  in  the  dynamic  perfonnancc  of 
the  arrangement.  Both  chest  acceleration  and  head 
excursion,  remained  Ixrluw  the  limiLs  specified  in  the 
standard. 


While  the  plywood  back  of  the  insert  sustained  a 
severe,  transverse  failure  across  its  width,  the 
dynamic  requirements  of  CMVSS  213.3  were 
marginally  met.  It  was  projected,  however,  that 
variations  in  seat  height  could  result  in  values  which 
exceed  the  limits  set  in  the  standard. 

Test  run  3.  The  final  test  conducted  using  the 
conversion  frame  showed  head  excursion  and  chest 
acceleration  values  that  were  also  within  the  limits 
set  in  CMVSS  213.3. 

The  prototype  conversion  system  demonstrated  a 
dynamic  performance  which  was  consistent  with  the 
requirements  for  production  child  restraint  systems. 
Controlled  deformation  of  the  frame  assisted  in 
reducing  the  severity  of  the  impact. 
Improvements  were  also  observed  in  the  measured 
response  of  the  dummy  and  in  the  performance  of 
the  insert  when  compared  to  the  other  custom 
restraint  arrangements  tested. 

DISCUSSION 

The  modified  seating  arrangements  tested  were 
proven  to  upgrade  custom  seating  inserts  such  thai 
their  dynamic  performance  matched  that  of 
production  child  car  seats. 

While  the  technical  feasibility  of  upgrading  inserts  to 
meet  federal  standards  was  demonstrated  by  the 
results  of  run  2,  the  practical  implications  of  proper 
belt  management  were  of  concern  to  clinical  team 
members.  They  believed  that  the  restraint  belts 
would  not  necessarily  provide  proper  therapeutic 
securement  of  the  child.  Hence,  in  addition  to 
carrying  these  belts,  the  insert  would  also  need  to  be 
outfitted  with  postural  belts.  As  a  consequence,  it 
was  believed  that  the  extra  belts  would  invite  misuse 
of  the  securement  hardware  and  would  also  likely 
create  an  arrangement  which  would  be  awkward  for 
parents  to  use 

These  considerations  and  the  results  of  the  dynamic 
tests  reinforced  the  need  to  provide  a  supplementary, 
detachable  conversion  system  which  would  support 
the  appropriate  restfaint  belt  arrangement,  provide  the 
necessary  therapeutic  support  for  the  child,  and  be  a 
luiiftional  system  for  parents  to  manage. 

With  the  support  of  industry  and  seating  clinics,  a 
commercial  version  of  the  conversion  system  should 
offer  many  young  children  with  physical  disabilities 
the  means  for  travelling  safely  in  motor  vehicles. 
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Run  No.        Max.Head  Max  Chest  Time  of  Max.  Chest 

Excursion  Acceleration  Acceleration 

1  922mm  (36.3")  49  g  .102  s 

2  706mm  (27.8")  49  g  .063  s 

3  675mm  (26.6")  50  g  .056  s 

Table  1  -  Values  of  head  excursion,  chest  acceleration,  and  time  of  maxium  chest  acceleration 
from  the  onset  of  impact. 
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Abstract 


It  is  well  known  that  batteries  will  deliver  less 
energy  under  cold  weather  conditions,  but  this 
information  is  not  usually  available  for 
wheelchair  batteries.  The  capacity  of  two 
different  types  of  deep  cycle  lead-acid  batteries 
(wet  cell  and  gel  cell)  used  in  electric 
wheelchairs  was  measured  at  room  temperature 
and  at  freezing  conditions. 

The  test  results  show  that  the  wet  cell  is  able  to 
store  more  energy  than  the  gel  cell  for  the  same 
size  case  under  hot  or  cold  conditions.  Wet  cell 
batteries  cost  about  one  half  the  amount  of  gel 
cell  batteries,  and  are  by  far  the  most 
economical  choice  for  wheelchairs.  Until 
recently  only  gel  cell  batteries  have  been 
accepted  for  transport  by  some  airlines,  but 
under  new  DOT  policy  requirements  (1990) 
airlines  must  accept  all  types  of  wheelchair 
batteries  when  properly  stowed. 

introduction 

In  the  United  States  there  are  more  than 
1,000,000  wheelchair  users  (Ref  1,  p.  1),  and  it 
is  estimated  (2)  that  25  to  30%  of  these 
wheelchairs  (275,000)  are  powered.  Since  the 
market  for  wheelchair  batteries  is  relatively 
small,  the  demand  by  wheelchair  users  for 
battery  improvements  goes  unheeded  by  U.S. 
battery  companies,  whose  economical  interests 
lie  primarily  with  automotive  power  sources 
(compare  the  need  for  about  500,000 
wheelchair  batteries  per  year  with  the  usual 
production  of  20,000  automobile  batteries  per 
day  by  one  of  the  large  battery  companies). 
Because  of  this  small  market  the  test 
information  on  wheelchair  batteries  is  lacking. 
In  the  case  of  cold  weather  conditions  the 
performance  data  available  from  battery 
companies  is  for  automotive  starter 
requirements  of  190  amps  at  0  *F.  The  typical 
wheelchair  draws  about  7  amps  average  during 
operation,  and  cold  weather  test  data  Is 
urcavailable.  Two  corrimon  types  of  wheelchair 
batteries  (wet  cell  and  gel  cell)  were  tested  to 
generate  performance  data  applicable  to 
wheelchairs  at  room  temperature  and  at 


freezing   conditions,   and  the   results  are 
presented  below. 

Method 

The  important  characteristic  of  the  battery  to  the 
user  is  the  time  a  battery  will  operate  the 
wheelchair  before  becoming  discharged,  which 
is  called  the  battery  capacity  in  terms  of 
ampere-hours;  and  this  is  generated  by 
measuring  the  current  and  time  for  discharge  of 
the  battery.  Since  the  capacity  is  mainly  a 
function  of  type  of  battery,  rate  of  discharge  and 
temperature,  these  conditions  were  selected  for 
testing. 

Two  common  types  of  "deep  cycle"  batteries 
from  Johnson  Controls  were  tested.  A  22NF 
wet  cell  battery  of  60  ampere-hour  capacity  at 
80  °F  was  tested.  The  22NF  represents  the 
case  size  and  the  D  represents  "deep  cycle." 
Deep  cycle  batteries  are  built  of  special 
materials    resulting    in    a    more  rugged 
construction,  which  is  necessary  when  a  battery 
is  often  discharged  deeply.  Automotive 
batteries  are  designated  Starting,  Lighting  and 
Ignition  (SLI),  and  are  normally  not  deeply 
discharged  since  the  automotive  charger  keeps 
them   fully   charged.      SU   batteries  are 
constructed  much  lighter  than  deep  cycle 
batteries.  The  wet  cell  is  not  maintenance  free; 
it  must  be  checked  for  electrolyte  level  and 
distilled  water  added  as  needed.  The  price  of 
the  wet  cell  batteries  was  $45  each.  The  other 
type  of  battery  virtiich  was  tested  is  the  gel  cell, 
which  Is  nonspillable  and  maintenance  free,  and 
before  1991  was  the  only  battery  accepted  by 
airlines.  The  gel  cells  tested  were  of  the  22NF 
case  size,  designated  GC12400  with  GC12 
representing  "Gel  Cell  12  volt,"  and  the  400 
meaning  40.0  ampere-hours  capacity  (80  °F)  at 
the  20  hour  rate  of  discharge  of  2  amperes  for 
this  battery.  The  name  gel  cell  derives  from  the 
fact  that  the  electrolyte  is  gelled,  but  otherwise 
the  battery  is  the  same  as  a  wet  cell  battery. 
Because  the  electrolyte  Is  gelled  there  is  a  loss 
in  capacity  of  20  ampere-hours  since  the  gelled 
electrolyte  will  not  diffuse  through  the  porous 
plates  as  easilv  •i'^  n  wet  cell  battery.  The  price 
of  the  gel  cell  builories  was  $75  each. 
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Under  room  temperature  conditions  two  12  volt 
batteries  connected  in  series  (24  votts)  were 
discharged  to  12  votts,  which  is  essentially  the 
lowest  vottage  usable  by  a  24  vott  wheelchair 
and  represents  a  depth  of  discharge  of  100%. 
An  automatic  cut  off  charger  was  used  to 
recharge  the  batteries.  Both  a  tapered  current 
charger  (Lestronic  II)  and  an  electronic  charger 
(Invacare  MC200)  were  used  in  the  testing,  each 
with  automatic  cut  off.  With  the  battery  at  room 
temperature  there  were  no  problems  wtth  the 
chargers. 

The  batteries  were  tested  in  a  refrigerator  with 
the  freezer  control  set  to  produce  freezing 
conditions  (0°C)  surrounding  the  batteries.  The 
charger  was  at  room  temperature  and  wired  to 
the  cold  batteries.    The  automati'j  cut  off 
chargars  did  not  work  correctly  for  gel  cells, 
cutting  off  after  a  small  recharge  because  the 
cold  gel  cell  battery  went  through  a  dip  in 
vottage  during  recharge  that  the  charger 
interpreted  as  end  of  charge.    By  using  a 
charger  wtthout  automatic  cut  off  tt  was  possible 
to  recharge  the  cold  gel  cell  batteries  without 
any  trouble.  We  found  the  electronic  charger 
was  sensttive  to  line  power  surges,  and  would 
cut  off  when  the  refrioerator  turned  on. 

Results 

The  resutts  of  the  testing  are  presented  in 
Figures  1  and  2.    In  both  figures  the  fully 
charged  battery  was  discharged  at  different 
values  of  constant  current  to  100%  depth  of 
discharge  (DOD).     The  100%  DOD  was 
assumed  when  the  vottage  of  the  two  batteries 
in  series  fell  to  12  votts.   Atthough  this  is  a 
constant  direct  current  (DC)  discharge,  testing 
under  pulse  width  modulated  control  which  is 
used  by  electric  wheelchairs  gave  similar 
resutts   We  also  tested  the  batteries  under  a 
variable  load  duty  cycle,  but  found  that  the 
resutts  did  not  differ  significantly  from  DC 
condttions. 

Both  types  of  batteries  gave  the  proper  room 
temperature  capacrty  at  the  standard  20  hour 
rate  of  discharge,  as  shown  in  the  Figures,  tt  is 
well  known  that  above  the  20  hour  rate  of 
discharge  the  capacity  of  the  battery  falls  off, 
and  this  is  shown  by  comparing  the  dashed  line 
(constant  energy)  wtth  the  actual  discharge  line, 
with  the  difference  designated  "loss."  For 
example,  due  to  the  loss  in  Figure  2,  the  battery 


will  only  operate  for  1  hour  at  20  amperes 
discharge  whereas  tt  should  have  operated  for 
2  hours.  The  "loss"  is  not  as  great  for  the  wet 
cell  battery  (Figure  1). 

Under  cold  conditions  both  batteries  gave  a 
lower  capacity;  46  ampere-hours  for  the  wet  cell 
and  36  ampere-hours  for  the  gel  cell.  The 
distance  a  wheelchair  can  travel  is  directly 
proportional  to  the  ampere-hour  capacity  of  the 
wheelchair.  For  example,  in  Ref.  3  we 
measured  the  performance  of  electric 
wheelchairs  and  found  that  a  24  vott  wheelchair 
will  do  0.19  miles/ampere-hour  on  an  indoor 
track,  and  0.42  miles/ampere-hour  on  an 
outdoor  track. 


Figure  1:  Wet  Cell 
Capacity  vs  Temperature 
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Figure  2:  Gel  Cell 
Capacity  vs  Temperature 
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Discussion 

We  have  tested  two  types  of  electric  wheelchair 
batteries  and  determined  the  capacity  (distance 
of  travel  per  charge)  under  room  temperature 
and  freezing  conditions.  At  0  "C  the  data 
shows  that  there  is  a  loss  of  capacity  of  14 
ampere-hours  'or  the  wet  cells  and  4  ampere- 
hours  for  gel-cells.  However,  the  gel  cells  have 
a  room  temperature  loss  of  20  ampere-hours 
due  to  the  lack  of  diffusion  of  the  gelled 
electrolyte.  Clearly,  the  wet  cells  are  the 
batteries  of  choice  when  considering  distance  of 
travel  under  high  and  low  temperature 
conditions. 
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Other  considerations  such  as  cost  and  overall 
life  of  the  batteries  are  important.  The  life  in 
cycles  of  deep  discharge  for  gel  cells  was 
investigated  in  Ref.  4,  and  found  to  be  lower 
than  manufacturers'  claims  when  used  with 
wheelchairs.  Our  experience  is  that  the  wet  cell 
battery  has  a  longer  cycle  life  than  gel  cells  and 
is  so  much  lower  in  cost  that  it  is  the  most 
economical  choice  in  terms  of  cost  per  cycle. 
Previously,  the  only  advantage  for  the  gel  cell 
was  that  it  was  the  only  battery  that  airlines 
would  accept  for  transport.  However,  in  1990 
the  Department  of  Transportation  issued  rules 
and  regulations  (5)  concerning 
nondiscrimination  on  the  basis  of  handicap  in 
air  travel.  These  new  regulations  state  that, 
"carriers  must  accept  battery  powered 
wheelchairs,  including  the  batteries,  packaging 
the  batteries  in  hazardous  materials  packages 
when  necessary." 
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Abstract 

Approximately  48  percent  of  farmers  with  disabilities 
have  been  affected  by  mobility  impairments.  These 
impairments  include  spinal  cord  injuries,  back  injuries, 
amputations,  and  neuro-muscular  disorders.  As  a  result 
of  such  injuries/illnesses,  sitting  tolerance  is  often 
affected.  Operating  a  tractor  can  cause  additional  pain 
and  discomfort  from  the  mechanical  shock  and  vibration 
experienced  in  the  tractor  seat  when  performing  "off- 
road*  work  tasks.  Modifying  tractor  seats  for  various 
disabilities  is  often  challenging  due  to  the  unique  needs 
of  the  operator  and  the  varying  differences  in  make  and 
model  of  agricultural  equipment.  The  purpose  of  this 
paper  is  to  discuss  problems  associated  with  making 
seating  accommodations  for  persons  with  disabilities  and 
potential  solutions  for  overcoming  problem  areas.  The 
solutions  discussed  are  based  on  seating  modifications 
that  were  made  for  12  farmers  with  disabilities  served  by 
The  Easter  Seal  Society  of  Iowa's  Farm  Family 
Rehabilitation  Management  Program. 

Background 

Over  20  years  ago,  the  first  rural  and  farm  family 
vocational  rehabilitation  program  was  established  at  the 
University  of  Vermont  Extension  Service.  In  1979,  the 
Breaking  New  Ground  Resource  Center  at  Purdue 
University  was  established  to  share  information  on 
agricultural  worksite  modifications  for  fanners  and 
ranchers  with  physical  disabilities.  In  1986,  The  Easter 
Seal  Society  of  Iowa's  Farm  Family  Rehabilitation 
Management  Program  was  initiated  and  has  since  served 
over  450  farm  families  affected  by  physical  disabilities. 

As  a  result  of  the  1990  Farm  Bill,  an  amendment  to 
provide  education  and  assistance  to  farm  families 
affected  by  physical  disabilities  was  passed.  There  are 
now  10  states  which,  through  the  State  Extension  Service 
AgrAbility  Demonstration  Grants,  are  assisting 
agricultuial  producers  in  continuing  to  farm  or  ranch 
with  a  physical  disability. 

Many  agricultural  worksite  accommodations  are 
constructed  on  a  trial-and-error  basis.  There  has  been 
very  little  research  conducted  on  specific  types  of  farm 
machinery  modifications  for  specific  types  of  disabilities. 
Furthermore,  there  are  very  few  standards  or  guidelines 
for  constructing  specific  types  of  farm  machinery 
modifications. 

For  an  "able-bodied"  farmer,  a  good  tractor  seat  must 
meet  the  following  criteria  (Koutsky,  1978): 

1.  Provide  the  operator  with  a  comfortable  and 
controlled  seating  posture. 

2.  Reduce    mechanical     shock    and  vibration 


transmitted  to  the  operator. 

3.  Position  the  operator,  relative  to  the  machine,  to 
provide  adequate  vision  allowing  him  to  safely 
and  efficiently  perform  all  of  his  work  functions. 

4.  Position  the  operator  to  provide  ease  and  non- 
fatiguing  access  to  machine  controls. 

5.  Restrain  the  operator  within  a  safety  zone  in  the 
event  of  collision  or  rollover  of  machine. 

Statement  of  the  Problem 

Human  factors  engineering  and  machine  design 
incorporate  these  basic  functions  in  today's 
manufacturing  of  operator  seats  for  agricultural 
equipment;  equipment  generally  built  to  suit  the  able- 
bodied.  These  functions  must  also  be  provided  for 
operators  affected  by  physical  limitations.  Unfortunately, 
there  are  several  obstacles  with  which  to  contend  in  the 
pursuit  of  making  seating  adaptations  for  agricultural 
equipment.  These  obstacles  include: 

1.  The  unique  nature  of  the  disability:  As  the  effects 
of  disabling  conditions  vary  from  individual  to 
individual,  each  person  requires  unique 
adaptations.  Some  seating  adaptations  which 
are  beneficial  for  one  farmer  may  be  detrimental 
to  another  fanner  with  a  different  type  of 
disability  or  even  for  an  able-bodied  farmer  who 
intends  to  operate  the  same  equipment. 

2.  Space  considerations:  The  space  restriction  in 
various  makes  and  models  of  agricultural 
equipment  can  cause  problems  in  making 
accommodations  for  physical  limitations. 
Common  space  problems  include:  inadequate 
space  to  allow  the  seat  to  swivel  for  an  operator 
with  a  back  injury  to  see  behind  the  machinery 
when  doing  field  work  tasks;  lack  of  space  to 
mount  an  independent  seat  suspension  unit;  and 
lack  of  space  necessary  to  install  a  seat  with 
adjustable  arm  rests. 

3.  Obtaining  replacement  seats:  This  proves  to  be 
particularly  difficult  as  many  manufacturers  of 
tractor  seats  limit  production  to  the  number  of 
tractors  being  manufactured.  These  independent 
suspension  seats  must  therefore  be  ordered  part- 
by-part  and  later  assembled;  a  process  which  can 
take  several  months.  At  present,  there  are  only 
two  models  of  fully  assembled  replacement 
independent  suspension  seats  aviiilable;  the 
Maxxum  air  suspension  seat  from  Case 
International,  and  the  Grammer  Air  Suspension 
Seat.  These  seals  can  be  retrofitted  for  various 
makes  and  models  of  equipment.  Unfortunately, 
these  seats  will  only  fit  on  a  flat  base. 
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Approach 

In  solving  the  unique  seating  requirements  for  operators 
with  physical  limitations,  it  is  imponant  to  analyze  the 
operator's  specific  needs,  particularly: 

1.  Balance:  Does  the  operator  have  good  upper- 
body  balance?  This  is  imponant  in  determining 
the  type  of  seat  cushion  that  will  be  needed  and 
whether  a  chest  seat  belt  will  be  needed. 

2.  Rotation  of  upper  torso:  Does  the  operator  have 
the  ability  to  turn  at  the  torso  to  see  behind  the 
tractor  when  performing  field  work?  This  is 
important  in  determining  if  any  additional 
accommodations  will  be  needed  to  see  behind 
the  machinery. 

3.  Reaching:  Can  the  operator  reach  the  hydraulic 
controls,  foot  controls,  steering,  or  Power  Take 
Off  (PTO)  control?  Again,  this  is  inponant  in 
determining  whether  further  accommodations 
will  be  needed. 

It  is  also  imponant  to  analyze  the  operator's  current  seat 
arrangement  to  determine  the  type  of  suspension  that  the 
seat  has  as  well  as  the  make  and  model  of  the  tractor.  It 
is  also  imponant  to  determine  whether  there  is  a  flat 
area  to  mount  a  new  seat  suspension  unit  and  whether 
the  space  available  can  accommodate  the  needed  seating 
modifications.  This  is  done  by  measuring  the  distance 
from  the  seat  to  the  steering  wheel,  controls,  ceiling,  and 
floor. 

After  carefully  analyzing  the  unique  needs  of  the 
operator  and  the  dimensions  of  the  equipment,  the 
following  solutions  can  be  explored  in  making  the 
necessary  accommodations. 

Seat  Suspension:  In  making  accommodations  for 
mechanical  shock  and  vibration  it  should  be  noted  that, 
if  the  current  suspension  is  hydraulic  and  does  not 
operate  independently  of  the  equipment,  there  is  little 
that  may  be  done  to  improve  its  vibration  and  shock 
absorption  aside  from  an  overhaul  of  the  hydraulic 
suspension.  If  the  current  suspension  unit  is  a 
mechanical  seat  suspension  and  is  mounted  on  a  flat 
base,  an  independent  air  seat  suspension  unit  could  be 
installed.  Some  mechanical  suspension  seats  can  be 
overhauled  to  increase  their  vibration  and  shock 
absorption. 

Seat  Cushions:  Many  farmers  who  have  experienced  back 
injuries  need  seat  cushions  that  provide  better  back 
support.  Recent  human  factors  engineering  has  yielded 
great  improvements  in  seat  cushion  design  in  the  areas 
of  adjustable  lumbar  support,  adjustable  thigh  support, 
and  adjustable  arm  rests.  Seats  in  older  model 
equipment  can  be  replaced  witli  nev/er  style 
ergonomically-designed  seat  cushions.  These  cushions 
can  be  purcha.ied  through  local  agricultural  machinery 
dealers.  Replacement  seats  for  equipment  without  cabs 
can  be  obtained  through  agricultural  equipment  dealers 
and  farm  supply  stores. 


When  selecting  replacement  seat  cushions,  fanners  with 
back  injuries  prefer  a  cushion  that  allows  them  to 
frequently  change  positions  and  turn  their  legs  at  least 
45  degrees  when  rotating  their  upper  torso.  This 
movement  is  necessary  in  order  to  see  behind  the 
equipment  when  performing  work  tasks.  Fanners  who 
have  experienced  a  high-level  spinal  cord  injury  prefer  a 
seat  which  is  more  contoured  to  their  body,  as  these 
types  of  seat  cushions  provide  better  upper-body  support 
and  help  the  operators  feel  more  secure  in 
accommodating  for  their  lack  of  balance.  Many  farmers 
who  have  experienced  back  injuries  stated  that  they  do 
not  like  a  contoured  seat  because  it  restricts  their  ability 
to  rotate  their  upper  torso. 

When  mounting  seat  cushions  to  the  existing  suspension 
unit,  1/8-inch  plate  steel  can  be  used  to  securely  fasten 
the  seat  pan. 

Other  Accomi..  >dations:  A  swivel  mechanism  may  also  be 
of  use  as  it  allows  the  operator's  seat  to  turn  up  to  45 
degrees  in  either  direction  when  performing  tasks  that 
require  one  to  see  behind  the  tractor.  A.though  the 
swivel  mechanism  can  be  installed  under  the  seat  pan, 
not  al!  tractors  will  accommodate  it.  Swivel  mechanisms 
can  be  obtained  through  either  farm  equipment  dealers 
or  local  junkyards. 

There  are  various  accessories  available  to  eliminate  the 
need  to  turn  one's  body  to  see  behind  the  tractor  when 
hooking  up  to  equipment  or  when  performing  field  work. 
Additional  minors  can  be  mounted  inside  and  outside 
the  tractor  to  provide  a  wider  field  of  vision.  Automatic 
hitching  devices  can  allow  the  operator  to  be  off  as  much 
as  2  feet  when  hooking  up  to  equipment. 

Fanners  who  have  experienced  high-level  spinal  cord 
mjuries  may  need  a  chest  seat  belt  due  to  lack  of  upper 
body  stability.  These  belts  can  be  fastened  to  the  back  of 
the  seat  cushion. 

One  farmer  who  experienced  a  back  injury  needed  a 
reclining  seat.  The  reclining  mechanism  was  obtained 
from  a  Toyota  car  seat.  The  original  seat  on  the  tractor 
was  removed  and  a  Toyota  car  seat  was  mounted  on  the 
existing  seat  suspension  unit. 

When  making  accommodations  to  the  tractor  seat,  there 
exists  che  possibility  that  the  accommodations  might 
interfere  with  effeciive  use  of  the  clutch,  brakes,  and 
steering  wheel.  As  it  is  vital  that  seating 
accommodations  not  interfere  with  the  operator's  ability 
to  safely  and  effectively  operare  the  equipment,  further 
accommodations  may  be  needed.  A  telescoping  tilt 
steering  wheel  in  the  tractor  is  one  solution  which  can  be 
utilized.  In  addition,  the  pedals  could  be  extended  if  the 
suspension  unit  raises  the  seat  too  high.  However,  in  a 
tractor  cab,  it  is  very  important  that  sufficient  ead 
clearance  be  allowed  for  jarring  in  which  the  opciator 
may  be  raised  up  out  of  the  seat. 

Few  farmers  affected  by  spinal  cord  injuries  have 
complained  of  skin  breakdown  when  operating  farm 
machinery.  Some  believe  that  this  is  because  the 
constant  shock   and   vibration    experienced   in  the 
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operator's  seat  acts  as  an  artificial  massage  and  helps 
increase  blood  circtilation.  Some  fanners  stated  tha'. 
they  use  their  wheelchair  cushions  on  the  tractor  seat  for 
added  protection.  One  fanner  cut  a  relief  area  in  the 
tractor  seat  cushion  to  accommodate  a  bony  prominence. 
A  seat  cushion  that  is  custom-made  to  conform  to  one's 
body,  such  as  the  Contour-U  seat,  may  be  detrimental  to 
the  operator  since  all  shock  and  vibration  caimot  be 
completely  absorbed  and  the  cushion  must  allow  for  the 
operator's  up  and  down  movement  when  performing 
tasks  over  rough  terrain.  Custom  form-fitting  cushions 
might  restrict  this  movement. 

Seat  Adjustment  Accommodations:  Independent 
suspension  seats  often  have  a  height  and  weight 
adjustment  feature  which  automatically  adjusts  to  the 
operator's  weight  when  the  tractor  is  turned  on.  The 
height  of  the  seat  is  often  adjusted  via  another  control. 
Thigh  support  and  back  support  in  the  cushions  are 
usually  adjusted  by  turning  a  knob.  Another  control 
adjusts  the  fore  and  aft  of  the  seat  which  brings  the  seat 
closer  to,  or  further  away  from,  the  steering  wheel.  If  the 
seat  does  not  raise  high  enough,  a  taller  mounting 
bracket  could  be  installed  under  the  suspension  unit.  If 
the  seat  does  not  come  forward-  enough,  the  scat  slide 
mount  could  be  moved  forward  or  a  new  fore-aft 
adjustment  with  a  longer  slide  could  be  installed. 

Implications  &  Discussion 

As  more  agricultural  producers  who  have  been  affected 
by  various  types  of  limitations  choose  to  operate 
agricultural  equipment,  more  seating  adaptations  will  be 
needed.  Unfortunately,  many  agricultural  producers 
cannot  afford  to  buy  a  new  tractor  with  an 
ergonomically-designed  seat.  An  agricultural  producer's 
greatest  asset  in  his/her  business  is  him/herself, 
therefore  investment  in  a  safe  and  effective  operator's 
seat  that  will  decrease  potential  secondary  injuries  and 
increase  productivity  makes  good  business  sense. 

As  agricultural  producers  are  encouraged  to  continue 
farming  as  a  way  of  life,  accommodating  physical 
limitations  in  the  operator's  seat  will  prove  to  be 
extremely  important  for  those  operators  affected  by 
mobility  impairments.  Agriculture  continues  to  become 
less  labor-intensive,  which  results  in  a  more  viable 
occupation  for  individuals  affected  by  severe  disabilities. 
Research  on  seating  adaptations  for  agricultural 
equipment  is  needed.  Manufacturers  of  seats  for 
agricultural  equipment  need  to  realize  that  there  is  a 
growing  market  for  fully-assembled  human  factors 
replacement  scats-. 

Comfortable  seats  sell  tractors.  'Tlie  role  of  engineering 
is  to  make  sure  that  the  marketing  specifications  for  the 
seat  are  met  not  only  to  the  satisfaction  of  the  marketing 
department,  but  more  importantly,  to  the  satisfaction  of 
the  end  user,  the  customer."  (Slikeleather,  1981) 
Ergonomically-designed  seats  that  are  fully  adjustable 
benefit  everyone,  not  just  individuals  with  physical 
limitations.  Agricultural  producers  and  rural 
rehabilitation  technologists  need  to  continue  sharing 
their  experiences  regarding  seating  accommodations 
with:  producers  who  have  experienced  new  limitations, 


agricultural  equipment  manufacturers  and  dealers,  and 
other  rural  rehabilitation  technologists. 
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ABSTRACT 

As  part  of  an  ongoing  evaluation  of  portable  ventilators,  many 
problems  related  to  the  use  of  these  devices  were  identified. 
It  was  discovered  that  many  of  the  problems  associated  with 
home  care  ventilators  are  related  to  the  accessories  used  in 
conjunction  with  the  portable  ventilator.  This  paper  discusses 
issues  that  users  and  clinicians  should  be  aware  of  when  using 
a  ventilator  and  its  accessories  on  a  wheelchair. 

INTRODUCTION 

Many  individuals  who  use  portable  ventilators  have  extensive 
medical  and  assistive  technology  needs.  The  effort  and 
planning  necessary  for  an  individual  to  return  to  the  home 
setting  can  be  an  overwhelming  experience  for  the  individual 
and  their  family.  Because  there  are  so  many  factors  that  must 
be  considered  when  returning  home,  developing  an  adequate 
means  of  transporting  the  user  to  activities  outside  the  home 
is  often  delayed  or  ignored  due  the  complex  nature  of  the 
hospital/home  transition. 

The  importance  of  mobility  to  a  ventilator  user's  quality  of  life 
cannot  be  overestimated.  The  equipment  needs  for  the  mobile 
user  depend  a  great  deal  upon  the  amount  of  time  the 
ventilator  is  used.  If  the  ventilator  is  only  required  at  night, 
only  space  and  electricity  needs  must  be  anticipated  when  the 
user  is  planning  to  sleep  away  from  home.  However,  if  the 
ventilator  is  required  24  hours  a  day,  safe  movement  of  the 
ventilator,  its  batteries,  the  breathing  tubing,  manual 
resuscitalor,  and  any  other  necessary  accessories  must  he 
anticipated  with  every  movement  of  the  user.  For  ovetnight 
or  lengthy  day  trips,  back-up  power  sources  and  other 
equipment  may  also  be  needed. 

WHEELCHAIR  MOBILITY 

Ventilator  Travs 

A  ventilator  tray  that  carries  a  portable  ventilator,  the 
ventilator's  external  battery,  and  possibly  the  wheelchair's 
batteries  can  be  attached  to  a  power  or  manual  wheelchair, 
providing  mobility  to  the  user.  The  tray  is  mounted  to  th» 
wheelchair's  frame  under  the  seat.  Several  sizes  and  types  of 
trays  are  available  commercially  to  accommodate  different 
wheelchair  models,  and  any  additional  equipment  that  must  be 
transported.  Some  homecare  agencies  or  dealers  prefer  to  have 
the  trays  custom  made  or  to  modify  a  commercially  available 
tray. 

The  ventilator  and  its  external  battery  sit  on  the  tray.  Trays 
may  either  be  fixed  or  they  may  slide  out  from  beneath  the 
wheelchair  for  easier  access  to  the  batteries  and  ventilator. 
Most  trays  have  a  lip  around  the  edge  of  the  tray  to  prevent 
the  equipment  from  falling  off.  It  is  advantageous  (or  the 


ventilator  tray  to  have  a  metal  divider  or  a  separate  box  for 
the  battery,  which  separates  the  battery  from  the  ventilator  so 
that  fumes  emitted  by  the  batteries  are  not  taken  into  the 
ventilator's  air  intake  manifold.  Fumes  which  are  taken  into 
the  ventilator's  air  intake  manifold  will  be  delivered  to  the 
user's  respiratory  system  and  can  cause  permanent  damage  f- 
the  air  passages  and  lungs.  Drainage  holes  in  the  tray  will  also 
reduce  the  risk  of  damage  to  the  ventilator  caused  by  acid 
spills. 

Secunng  straps  are  necessary  to  hold  the  ventilator  in  place 
and  prevent  it  from  tipping.  Securing  straps  must  not  interfere 
with  the  ftinction  of  the  ventilator  by  obstructing  the  view  of 
alarm  indicators  or  interfering  with  the  opening  or  closing  of 
a  front  panel  if  one  exists.  Likewise,  securing  straps  must  not 
interfere  with  the  function  of  the  breathing  tubing  by  placing 
tension  on  the  tubing  or  by  kinking  it.  All  ventilator  trays  are 
not  designed  with  straps,  drainage  holes,  or  dividers.  These 
features  may  have  to  be  added  by  the  user  or  supplier. 

Ventilator  carts  are  available  for  power  base  wheelchairs  that 
do  not  have  sufficient  space  beneath  their  seats  for  a  tray. 
This  option  is  not  optimal  since  the  cart  adds  a  significant 
amount  of  weight  to  the  rear  of  the  system  and  significantly 
increa.stfs  the  turning  radius  of  the  wheelchair. 

Tubing' 

Breathing  tubes  should  be  secured  to  the  ventilator,  the  user, 
and  the  wheelchair  if  one  is  used,  because  of  the  risk  of 
accidental  disconnection  v.'hile  the  wheelchair  is  moving. 
Tubing  should  be  secured  by  straps  to  the  wheelchair  or  to  a 
support  arm  along  its  length  between  the  ventilator  and  the 
patient  so  that  it  is  not  caught  while  passing  objects  such  as 
door  handles,  chairs,  or  tables.  Tubing  may  be  accidentally 
disconnected  by  a  closing  elevator  door,  the  foot  of  someone 
behind  the  wheelchair,  or  by  reclining  the  wheelchair  too  far 
and  compressing  the  apparatus.  For  these  reasons,  the 
orientation  of  the  ventilator,  facing  forwards  or  facing  up, 
must  be  considered.  The  safest  position  for  each  individual's 
ventilator  should  be  selected  according  to  his  typical  activities. 
The  characteristics  of  the  ventilator  and  tray  may  dictate  the 
ventilator's  orientation.  For  exa-..iple,  some  ventilators  have 
posver  cords  which  interfere  with  placing  the  ventilator  in 
certain  desirable  orientations. 

Accessories 

Acces.sorics  such  as  a  heater,  humidifier,  oxygen,  suction 
device,  and  a  manual  resu.'icitation  bag  may  necessary. 
While  a  jar  type  humidifier  provides  excellent  humidity,  it  is 
unsafe  to  use  during  transit  because  of  the  risk  of  spills. 
Spilled  hot  water  can  harm  the  user  or  damage  electronic 
controls.  Heaters  only  work  properly  when  attached  to  a 
humidifier.  An  artificial  nose,  which  may  also  be  called  on 
m-lino  ccmdenser  or  IIME  (heat  moisture  exchange  device)  is 
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praclical  and  safe  for  use  while  mobile  and  offars  sufficient 
heat  and  humidification  for  most  ventilator  users.  An  artificial 
nose  is  unable  to  supply  the  high  levels  of  humidity  commonly 
supplied  by  jar  type  humidifiers.  There  are  many  different 
artificial  noses  available.  Users  may  want  to  experiment  with 
different  brands  to  determine  which  HME  meets  their 
humidification  .needs. 

Oxygen  is  portable  in  either  gas  or  liquid  form.  Canistjis  of 
oxygen  gas  or  containers  of  liquid  oxygen  should  be  secured 
directly  to  the  frame  of  the  wheelchair.  Many  ventilator  users 
fmd  the  liquid  form  more  convenient  because  of  its  reduced 
bulk  and  weight.  Depending  on  the  user's  needs,  liquid 
oxygen  may  be  more  expensive  for  full  time  use. 

For  individuals  who  require  periodic  suctioning  and/or 
manual  ventilation,  accessories  such  as  portable  suction 
machines,  suction  kits,  and  manual  resuscitators  niay  be 
secured  on  the  tray  under  the  wheelchair,  or  hung  in  a  bai; 
behind  the  wheelchair. 

Car  or  Van  Travel 

Whether  or  not  a  wheelchair  is  used,  if  the  ventilator  is  used 
while  traveling  in  a  car  or  van,  it  must  be  secured.  The 
vehicle's  seat  belt  or  tie  down  system  may  serve  this  purpose. 
Also,  a  cigarette  lighter  adapter  should  be  used  when  in  a 
motor  vehicle  to  conserve  the  external  ventilator  battery  power 
by  connecting  to  the  car  battery. 

Batteries 

A  portable  ventilator  has  three  possible  sources  of  power. 
These  are  an  internal  battery,  an  external  battery,  and  A.C.  or 
line  power.  The  ventilator  should  be  plugged  into  the  wall 
whenever  possible  in  order  to  conserve  both  battery  sources. 
The  internal  battery  can  be  expected  to  last  30  minutes  to  one 
hour  when  fully  charged.  For  that  reason,  it  should  be 
reserved  for  emergency  use  and  a  fully  charged  external 
battery  should  always  be  available.  Internal  portable  ventilator 
batteries  are  lead  acid  batteries.  These  batteries  slov.ly 
discharges  over  time  when  not  in  use.  Therefore,  if  a 
ventilator  is  not  used  frequently,  it  should  remain  plugged  in 
to  A.C.  power  to  prevent  accidertal  discharge. 

The  time  the  external  battery  lasts  depends  upon  the  properties 
of  the  battery  and  how  ihe  ventilator  is  used.  If  used 
continuously,  with  high  breathing  rates  and  volumes.  !ho 
battery  is  drained  quicker.  Portable  ventilators  utilize  12  volt, 
deep  cycle,  external  batteries.  The  battery  may  be  sealed  lead 
acid  or  gel.  Lead  acid  batteries  generally  last  longer  but 
require  more  maintenance.  Gel  batteries  do  not  carry  the  risk 
of  acid  spill  and  are  allowed  on  aircraft  but  they  will  require 
more  frequent  recharging.  Battery  maintenance  activities, 
including  charging,  should  be  performed  in  a  well  ventilated 
area  away  from  the  ventilator  user.     This  is  especially 


important  when  oxygen  is  in  u.se.  When  connecting  the 
battery  charger  to  either  kind  of  battery  or  opening  the  caps  of 
a  lead  acid  battery  to  check  the  fluid,  care  must  be  taken  to 
avoid  touching  both  poles  of  the  battery  simultaneously  as  this 
may  cause  sparks,  a  fire,  or  an  explosion. 

Battery  Chargers 

Each  ventilator  requires  an  external  charger  which  is 
compatible  with  the  type  of  battery  used.  Care  should  be 
taken  in  understanding  the  charging  procedure.  Certain 
ventilators  do  not  charge  the  external  battery  while  they  are 
plugged  into  a  wall  outlet  unless  they  are  in  a  "charge"  mode, 

DISCUSSION 

Many  details  must  be  addres,sed  before  a  ventilator  user  can 
interact  .safely  with  his  or  her  community.  With  proper  user 
and  caregiver  preparation  and  training  most  mobility  obstacles 
can  be  eliminated.  When  the  time  comes  to  choose  a  means  of 
mobility  it  is  important  to  conduct  a  comprehensive  assessment 
of  the  user's  technology  and  accessibility  needs. 
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Abstract 

Software  developed  to  fulfil  the  needs  of  research  is 
usually  written  with  the  intention  of  gathering  data  ei- 
ther directly  or  as  part  of  a  device,  Even  well  designed 
software  may  contain  flaws  that  prevents  use  in  any- 
thing other  than  the  laboratory.  In  this  paper  we  will 
consider  some  methods  available  for  improving  the 
safety  levels  of  software,  in  particular  those  relating  to 
robotics  applications,  and  discuss  the  practices  of  safe 
software  design  in  rehabilitation. 
Whereas  safet>'  issues  should  not  obscure  research 
questions,  if  they  are  considered  early  in  a  project  it 
will  result  in  fewer  difficu  ties  and  a  higher  level  of 
safety  should  the  project  move  on  to  a  technology 
transfer  phase. 

Background 

What  is  in  a  robot 

The  term  robot  derives  from  the  Czech  for  slave  and 
has  been  applied  to  any  number  of  machines  ranging 
from  the  mythical  mechanical  intelligence  of  Star 
Wars  to  the  domestic  washing  machine.  Rather  than  a 
definition  we  give  some  examples  of  what  might  be 
considered  rehabilitation  robots.  Few  would  question 
the  manipulators,  and  position  controlled  robot  arms 
designed  or  adapted  to  rehabilitation  applications  and 
an  incomplete  list  might  include  the  technologie.s 
known  as  MANUS,  DEVAR,  REGENISIS  and  MAS- 
TER [2].  However  the  wheelchair  mounted  manipula- 
tor developed  by  Jim  Hennequin  does  not  contain  a 
computer  [4).  Likewise  the  top  range  Permobile 
wheelchaii-  has  an  onboard  microprocessor  and  is  ef- 
fectively a  7  degree  of  freedom  manipulator.  A  pow- 
ered prosthesis  orthosis  or  exoskeleton  can  be 
invested  with  machine  intelligence  and  considered  a 
robot,  as  can  a  sophisticated  functional  electrical  stim- 
ulation arrangement,  all  be  it  that  the  motors  are  rather 
more  intimately  attached.  There  is  no  reason  why  a 
powered  mouthstick  should  not  be  viewed  as  a  robot! 
Thus  the  term  'robot'  is  general  and  can  probably  be 
interchanged  with  the  word  'mechatronic'  without 
compromising  meanings, 

"A  safe  robot  doe.sn't  move"-!- 

Absolute  safety  does  not  exist.  Invariably  it  is  a  com- 


promise between  benefit  and  perceived  risks.  The  rok 
of  the  engineer  is  to  maximize  the  benefit  while  keep- 
ing costs  and  risks  at  an  acceptable  level.  In  rehabili- 
tation this  problem  is  made  harder  by  the  small  market 
and  the  potentially  high  levels  of  risk.  The  present 
generation  of  robot  devices  will  happily  spill  hot  cof- 
fee into  your  lap  if  given  the  instructions  to  do  so.  The 
issue  is  whether  the  benefit  of  a  refreshing  brew  is 
worth  the  risk  of  giving  the  wrong  command  to  the 
machine.  However  with  a  complex  technology  the 
risks  vairy  dependent  on  the  hardware,  software,  lack 
of  maintenance  or  training. 

The  software  does  not  exist  in  isolation.  Software  re- 
quires hardware  and  possibly  also  an  operating  sys- 
tem. Figure  I  shows  the  interconnections  between  the 
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Figure  1 :  Hierachiy  ol  software  control 

software,  computer,  sensors,  actuators,  user  and  envi- 
ronment. Safety  of  the  physical  components,  the  inter- 
face electronics,  computer(s)  and  .sensors  can  be 
asse.ssed  with  techniques  such  as  failure  mode  and  ef- 
fect analysis  (FMEA),  fault  tree  analysis  (FTA),  ha?- 
ard  and  risk  analysis,  and  reliability  modeling.  For 
examples  see  [I],  and  the  military  handbook  217  [5]. 
Figure  1  includes  a  representation  of  active  controls 
since  a  control  may  transfer  power  to  the  user,  a  prin- 
ciple widely  known  as  extended  physiological  propri- 
oception (EPP). 

Safety  at  all  levels  is  not  the  consequence  of  quality, 
rather  it  requires  effort  to  identify  risks  and  minimise 
the  consequences.  Safety  is  a  forum  where  concern 
should  be  voiced,  identified  and  addressed. 

Methods  of  software  safety 

A  design  dili:mma.  Complexity  cos;  tradc-off 

The  relationship  between  cost,  functionality,  rcliabil- 
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Table  1: 


C  DA  rMT 

Pascal 
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Pascal 

ADA 

Modul 
a2 

C 

N  tr"!  ii  'ti  1  r»»H 

assembler 

Prevents  memory  overwrite 

✓ 

r 

r(0 

r(^) 

X 

r 

Has  a  consistent  maths  with  the  consequence  of 
overflow,  underflow  etc.  well  defined 

✓ 

r 

r(r) 

X 

r 

Has  strong  data  typing 

✓ 

r 

✓  (✓) 

r(^) 

X 

r 

Exception  handling 

X 

X 

✓  (✓) 

r(r) 

r 

X 

Will  detect  stack  or  heap  overflow  and  similar 
exhaustion  of  memory 

✓ 

r 

X(r) 

r(r) 

r 

✓ 

Separate  compilation  and  type  checking  between 
modules 

r 

r 

✓  (✓) 

✓  (✓) 

X 

X 

Has  language  constructs  that  are  well  understood 

✓ 

✓ 

✓  (r) 

✓  (✓) 

r 

X  1 

ity  and  safety  is  complex  and  not  as  linear  as  indicated 
in  figure  2.  This  figure  does  however  represent  the  de- 
Low  costs 
in 
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Figure  2:  Reliabiiity-Safety-Cost  triangle 

sirability  of  having  duplex,  triple  and  multiple  units 
available.  Thus  a  system  that  requires  1  out  of  5  units 
to  function  is  highly  reliable,  whereas  a  5/5  system  is 
considered  more  safe.  The  redundancy  can  vary  from 
multiple  processor  systems  such  as  the  Airbus  fly-by- 
wire  airplanes  which  requires  a  majority  verdict 
among  the  4  onboard  computers  (3/4),  to  multiplexing 
the  transducers  on  a  joystick  to  guard  against  wire  or 
position  failure. 

Most  rehabilitation  equipment  appears  near  the  apex 
of  the  triangle.  In  rehabilitation  robotics  several 
projects  use  the  practical  compromise  of  installing  a 
watchdog  that  ensures  the  software  is  in  control. 


Formal  methods 


Formal  methods  are  increasingly  used  to  define  the 
structure  of  a  computer  program  and  to  evaluate  that 
structure  once  code  has  been  written.  Formal  methods 
have  a  solid  foundation  in  set  theory  and  this  can  be 
u.sed  to  make  predictions  about  the  interaction  of  dif- 
fering elements  of  the  code.  The  two  most  popular 
languajies  for  writing  a  set  of  specifications  are  Z  and 
VDM.  Other  languages  include  OBJ,  META-IV, 
Structured  Analysis  Design  Technique  (SADT)  and 
LOTOS. 

Once  a  formal  specification  has  been  written  it  can  be 
validated  to  ensure  it  has  correctly  captured  the  re- 
quirements. The  next  stage  is  to  verify  the  specifica- 
tion to  ensure  it  is  consistent.  It  is  also  possible  to 
verify  the  specification  of  one  part  of  the  system  with 
the  specit~ication  of  a  second  part  of  the  system.  For 
example  one  part  of  a  formal  method  would  ensure 
that  joint  velocities  are  not  to  exceed  a  given  level  and 
the  specification  of  a  straight  line  motion  may  specify 
an  infinite  joint  velocity.  The  formal  methods  do  not 
dictate  how  the  program  will  be  written  rater  they  are 
used  to  identify  inconsistency  before  coding  begins. 

Software  languages 

Once  code  is  written  software  tools  are  available  to  do 
static  code  analysis  (ensuring  that  variables  are  initial- 
ized) or  identifying  l'>op  invariants  (variables  that 
should  not  be  effected  by  the  loop).  This  assumes  the 
choice  of  language  and  table  I  is  a  composite  of  the 
results  of  CuUyer,  Goodenough  and  Wichinan 
1.31  on  seven  desirable  characteristics  of  a  safe  lan- 
guage. 

A  ✓  in  the  table  indicates  that  the  feature  is  accept- 
able, an  r  indicates  that  the  feature  is  available  but 
there  is  still  a  risk  and  an  X  indicates  that  it  is  absent. 
Software  for  safety  critical  applications  is  often  writ- 
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ten  in  a  safe  subset  of  a  language  thus  the  language 
SPADE  is  a  subset  of  ISO  pascal.  Bracketed  marks  for 
ADA  and  modula2  show  the  results  for  a  safe  subset 
of  these  languages. 

Cullyer,  Goodenough  and  Wichman  refused  to  rate 
C++  in  their  paper  because  any  C  program  is  a  C++ 
program  so  was  already  rated.  Pragmatically  C++  is 
iikely  to  become  a  widely  used  language  and  a  safe 
subset  may  be  identifiable.  C++  has  desirable  charac- 
teristics in  its  strong  data  typing,  independence  be- 
tween modules  and,  by  overloading  the  bracket 
operator,  prevention  of  memory  overwrites.  For  appli- 
cations requiring  high  security  it  is  unlikely  that  a 
C++  subset  will  match  the  qualities  of  SPADE  or  the 
ADA  and  Modula2  subsets. 

Legislative  guideline'; 

In  the  USA  all  rehabilitation  devices  come  under  the 
auspices  of  the  Safe  Medical  Devices  Act  as  adminis- 
tered by  the  Food  and  Drug  Administration  (FDA) 
and  although  this  legislation  is  aimed  at  approving  de- 
vices to  market,  rehabilitation  software  developers 
should  be  aware  of  how  this  legislation  is  organised. 
The  FDA  recognises  three  levels  of  risk  to  a  person. 

1)  minor,  little  risk  of  injury  either  direct  or  indirect, 

2)  moderate,  life  threatening  or  causing  permanent 
impairment  or  damage  and  3)  major,  risk  of  death. 
The  Act  requires  a  manufacturer  to  provide  'paper 
trails'  for  a  devices  following  sale.  These  paper  trails 
allow  data  to  be  gathered  to  establish  levels  of  safety 
and  a.ssessing  the  manufacturer's  claims.  In  robotics 
part  of  the  paper  trail  could  be  a  data  trail  similar  to 
that  in  place  in  DEVAR,  whereby  every  event  that  oc- 
curs in  the  system  is  logged  into  a  file  [4].  Such  a 
monitoring  scheme  could  record  all  the  robot's  move- 
ments so  data  could  be  collected  on  safe  practice  and, 
should  a  serious  malfunction  occur,  the  conditions 
that  cau.se  the  malfunction  could  be  recon.structed. 
The  FDA  does  not  specify  methodologies  and  they  are 
likely  to  use  existing  standards  when  they  need  to  as- 
sess new  devices.  The  current  standards  relating  to 
software  design  in  the  USA  are  ANSI  [6]  828,829  and 
730  and  the  niilitary  standard  882B  151. 

An  important  consideration  in  rehabilitation  robotics 
.safety  is  training  the  user  to  a  point  where  the  opera- 
tion of  the  robot  is  tran.sparent  to  achieving  the  task. 
The  u.ser  should  ultimately  be  able  to  have  a  good  con- 
cept of  when  the  robot  will  move  and  the  consequence 
of  that  movement. 

Given  the  complexity  of  the  robot  it  is  usual  to  exper- 
iment with  an  input  and  judge  the  conseciuence  of  the 
action  from  the  resulting  niovenient  but  under  some 
conditions  tins  strategy  is  not  appropriate. 
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The  u.ser  interface  must  be  reliable;  that  is  if  the  user 
intends  to  initiate  a  particular  command  there  must  be 
a  high  probability  of  the  correct  action  being  initiated. 
For  example  it  may  be  easy  to  achieve  a  reliable  inter- 
face for  a  spinal  cord  injured  person  using  residual 
hand  motions  or  voice  command  but  the  same  reliabil- 
ity is  achieved  at  the  expense  of  time  to  register  a 
command  for  a  person  with  severe  athetoid  cerebral 
palsy  using  a  keyboard  or  switch  combination. 

Discussion 

This  paper  has  necessarily  been  a  superficial  review 
of  con.siderations  in  software  safety.  In  rehabilitation 
robotics  and  mechatronics  there  are  possibilities  fof 
saftty  linked  to  research.  All  data  comes  to  the  com- 
puter via  .sensors  and  although  these  .sensors  deliver 
appropriate  information  the  machine  is  not  able  to  in- 
terpret it  correctly.  Thus  although  the  computer  may 
listen  and  .see  the  robotic  device  .spilling  coffee  into 
the  user's  lap.  this  fact  will  not  register.  Modern  pat- 
tern recognition  techniques  may  be  able  to  improve 
machine  intelligence!  Research  on  the  machine  inter- 
face is  needed  and  EPP  principles,  whereby  force  in- 
formation is  reflected  back  through  the  interface,  offer 
a  promise  but  the  safety  of  EPP  devices  is  as  impor- 
tant as  the  safety  of  the  robot  it  controls. 
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ABSTRACT 

The  paper  describes  a  CAD  workstation  designed 
for  individuals  who  u  !e  wheelchairs  for  mobility 
and  who  have  little  or  10  upper  limb  function.  The 
workstation  includes  ;  general-purpose  robot  for 
paper  handling  and  other  tasks. 

BACKGROUND 

A  project  on  the  development  of  a  robot-assisted 
workstation  has  recently  started  under  the 
European  Community  rehabilitation  engineering 
initiative  TIDE  (Technology  for  the  socio-economic 
integration  of  disabled  and  elderly  people).  The  aim 
of  the  project  is  to  build  a  self-contained  vocational 
workstation  for  a  disabled  user.  The  workstation  is 
to  be  used  for  CAD  and  desk-top  publishing  and 
other  graphical  layout  tasks,  although  in  its  initial 
form  will  target  CAD  applications.  The  project  has 
been  given  the  acronym  RAID  -  robot  for  assisting 
the  integration  of  disabled  people.  The  initial,  pilot, 
phase  of  the  project  is  scheduled  for  completion  in 
early  1993. 

This  paper  describes  the  state  of  the  project  shonly 
after  it  began  in  December  1991.  The  project  does, 
however,  build  both  on  previous  work  on  office 
workstations  accessible  to  people  with  severe 
upper  limb  motor  disability  |1,2|  and  on  the 
substantial  experience  of  the  panners  in  the  RAID 
consortium  in  this  field.  The  partners  have 
experience  in  the  design  of  workstations  for 
domestic,  office  and  workshop  tasks  13,4,5).  The 
paper  is  largely  based  on  the  user  requirements 
specificution  which  has  been  prepared  following 
input  from  all  members  of  the  consonium. 

STATEMENT  OF  THE  PROBLEM 

Design  office  work  using  CAD  packages  is  an 
activity  which  is  accessible  to  many  people  with 
severe  motor  disabilities.  Applications  can  vary 
from  mechanical  engineering  design,  through 
electronic  circuits  and  microcircuits  to  the  field  of 
desk-top  publishing.  Computer  access  methods  are 
already  well  developed  and  improving  fast  and 
openings  for  people  skilled  in  computer-assisted 
design  methods  are  likely  to  grow.  Although  much 
of  the  work  in  a  typical  design  office  is  screen- 
based,  some  interaction  with  books,  drawings  and 
other  methods  of  communication  is  essential.  For 
this  interaction,  a  desk-top  robot  can  offer  a 
general-purpose  solution.  The  RTX  robot  will 
fonn  the  basis  of  the  workstation. 


The  system  is  intended  for  users  who  use 
wheelchairs  for  mobility,  but  who  have  insufficient 
upper  limb  functions  to  be  able  to  operate  a 
computer  workstation  unaided.  They  should  have 
at  least  two  degrees  of  movement  available.  Typical 
interface  methods  are  joysticks,  roller  balls  and 
chin  sticks.  It  is  anticipated  that  many  users  will 
operate  the  workstation  from  wheelchairs,  using 
the  wheelchair  controller  via  an  infra-red  link. 

DESIGN  CONCEPT 

The  user  input  and  feedback  will  be  via  a  PC, 
using  a  single  screen.  To  allow  multiple  program 
control,  including  control  of  the  robot  and  other 
peripherals,  a  graphic  environment  such  as 
Windows  will  be  used.  The  robot  will  operate 
under  direct  or  pre-programmed  control,  using  sets 
of  defined  procedures  to  perfonn  repetitive  tasks. 
The  main  tasks  now  being  planned  for  robot 
assistance  are  those  in  which  the  memben  of  the 
consonium  have  established  prior  experience. 

These  tasks  are  paper  handling,  including  collation 
and  filing,  selection  of  manuals  and  their  transfer  to 
a  reader  board,  page  turning  and  telephoning. 
Some  personal  functions,  such  as  fetching  a 
mouthstick,  pouring  and  serving  drinks,  will  aiso 
be  available  on  the  RAID  prototype. 

It  is  intended  that  the  user  should  be  able  to  start 
and  stop  working  with  RAID  without  the  help  of 
an  attendant,  although  some  supervision  and  help 
will  be  necessary  in  setting  up  the  working 
environment.  The  workstation  design  will  make  it 
accessible  to  non-disabled  users. 

Safety  of  the  robot  system  is  a  prime  consideration. 
The  workspace  of  the  robot  itself  should  not 
intersect  the  user  space,  but  cenain  articles,  such  as 
a  mouthstick,  which  can  be  held  by  the  robot  will 
have  to  reach  the  user.  Special  consideration  will 
be  given  to  procedures  using  articles  which  can 
reach  the  user's  space.  Ways  of  calling  for 
assistance  and  an  emergency  stop  under  user 
control  form  part  of  the  prototype 
definition.Evaluation  and  conclusions. 

The  limited  timescale  of  the  TIDE  pilot  phase 
means  that  the  prototype  workstation  will  draw 
tnainly  on  tested  hardware  and  software  packages. 
Interaction  with  users  during  the  design  and 
construction  stages  will  be  via  a  reference  group  of 
potential  users,  five  of  whom  are  tetraplegic  and 
two  of  whom  have  cerebral  palsy. 
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A  set  of  trials  on  the  prototype  workstation  will  be 
carried  out  by  members  of  the  reference  group  in 
early  1993. 
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ABSTRACT 

Achieving  the  functionality,  strength  and  aesthetics  of  the 
human  arm  in  a  practical  orthosis  design  is  currently 
impossible.  The  most  significant  and  necessary 
compromise  is  in  the  choice  of  available  degrccs-of- 
freedom  (DOF).  The  accessible  task  space  must  be 
traded  against  the  controllability,  complexity,  weight  and 
cost  of  the  device.  Both  extremes  of  the  spectrum  will 
lead  to  rejection  of  the  device.  Determining  the  optimal 
set  of  DOF  analytically  will  not  only  allow  a  conclusive 
decision  to  be  made  but  will  permit  many  design 
iterations  before  a  device  is  designed  or  built. 

A  survey  of  potential  users  as  well  as  past  surveys 
reported  in  the  literature  (1-6)  were  used  to  establish  a 
set  of  task  priorities.  A  motion  analysis  study  will  be 
performed  to  establish  the  movement  of  the  arm  and  the 
corresponding  changes  in  joint  angles  as  able-bodied 
people  perform  the  top-rated  tasks.  A  kinematic  analysis 
will  be  applied  to  this  data  to  determine  which  DOF  arc 
needed  to  reach  the  target  positions  (e.g.  table,  mouth, 
reach).  The  research  will  attempt  to  identify  bo.h  the 
"component"  movements  that  form  the  basis  of  the  tasks 
and  the  potential  for  coupling  certain  DOF. 


BACKGROUND 

Since  a  wide  range  of  upper  limb  dysfunction  may  exist 
in  the  disabled  user  population,  it  was  deemed  necessary 
to  define  a  representative  user  profile  for  design 
consideration.  Therefore,  during  the  course  of  this 
research,  the  potential  user  of  a  powered  upper-limb 
orthosis  is  assumed  to  have  two  completely  flail  arms 
while  still  retaining  adequate  range-of-motion.  It  is  also 
assumed  that  only  one  arm  will  be  provided  with 
function. 

Based  on  the  survey  results,  the  following  task  groups  in 
order  of  priority  have  been  defined  as: 

1.  Reaching/  Picking  up  objects; 

2.  Personal  Hygiene 

(brushing  teeth,  washing  face,  combing  hair, 
applying  makeup,  shaving,  scratching  and 
blowing  the  nose); 

3.  Eating/  Drinking; 

4.  Holding  the  arm  in  a  given  position 
(kcyboarding,  TV  remote,  telephone, 
cnvironnxcntal  control,  painting); 

5.  Preparing  food; 

6.  Toileting; 

7.  Turning  pages;  and, 

8.  Dressing. 

While  the  ability  to  dr'-ss  and  toilet  would  contribute  to 
greater  independence,  they  have  been  deemed  outside 
the  realm  of  a  practical  orthosis.  Transference  to  the 
toilet  usually  requires  great  strength  (far  above  the 


orthosis  design  criteria)  while  dressing  has  been 
discarded  due  to  its  complexity  and  because  it  normally 
occurs  only  twice  a  day  when  a  helper  would  normally 
be  available.  Vocational,  educational  and  recreational 
activities  have  not  been  directly  includc-d.  Many  of  the 
actions,  however,  are  equivalent  to  the  daily-living  tasks 
listed  and  therefore  may  fall  within  the  capabilities  of  the 
resulting  orthosis. 

In  order  to  assess  the  required  task  space,  the  actions  of 
able-bodied  people  executing  representative  tasks  from 
task  groups  1-5  (c  7  will  be  recorded  using  two  video 
cameras  (see  Figure  1).  Reflective  markers  will  be 
attached  at  each  of  the  subject's  joints  as  well  as  on  the 
objects  themselves  to  allow  motion  data  to  be  collected. 


— [ 

Task  Setup  Table 


Camera  112 


Computer 


Figure  1:  Motion  Analysis  Setup 

The  resulting  images  will  be  processed  to  reconstruct  thu 
movements  in  three-dimensional  space  (the  software  has 
been  largely  adopted  from  the  Biomedical  Engineering 
Laboratory  at  the  University  of  Manitoba  (7)).  Stick 
figure  diagrams  and  angle-time  graphs  will  be  used  to 
analyze  the  data.  Further  studies  will  determine  the 
component  movements  common  to  many  tasks,  with 
implications  both  for  control  and  for  actuation.  For 
purposes  of  evaluation  and  comparison,  the  tasks  will  b." 
repeated,  where  possible,  with  the  recently  designed 
Hugh  MacMillan  Rehabilitation  Centre  powered  orthosis 
(8). 


STATEMENT  OF  THE  PROBLEM 

The  objective  of  the  project  is  to  discover  the  optimal  set 
of  degrecs-of-frccdom  required  to  achieve  the  tasks 
defint>d.  There  is  currently  no  definitive  answer  as 
previous  efforts  to  do  so  have  been  compromised  by 
computer  capabilities  of  the  time,  by  not  consulting  the 
disabled  population  for  task  priorities,  and  by  the  l.ick  of 
positional  and  path  data  specific  to  the  tasks. 
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Building  a  powered  upper-limb  orthosis  with  too  many 
diJgrces-of-freedom  leads  to  an  overly  complex,  costly 
and  heavy  design,  Furthermore,  if  the  device  is  too 
difficult  or  fatiguing  to  control  it  is  certain  to  be  rejected. 
If,  however,  the  orthosis  has  too  few  DOF  to  perform 
critical  functions  it  is  also  likely  to  be  rejected. 
Therefore,  the  goal  is  to  optimize  this  cost/benefit  ratio 
in  relation  to  the  selection  of  DOF. 


PREVIOUS  KINEMATIC  ANALYSES 

One  method  of  approaching  the  problem  is  to  develop  a 
kinematic  model  of  the  orthosis.  Much  work  has  been 
done  in  the  robotics  field  to  produce  forward  and  inverse 
kinematic  solutions  for  common  robot  geometries. 
Unfortunately,  unlike  robotic  manipulators,  the  human 
arm  has  restricted  jo.:,t  limits.  The  human  wrist,  for 
example,  docs  not  ha'  c  tnc  '■ompjote  rotation  that  makes 
robotic  endpoint  positioning  and  orientation  relatively 
straight-forward.  Standard  solutions  therefore  cannot  be 
adopted. 

Engen  conducted  a  comprehensive  motion  analysis  of 
able-bodied  people  performing  table-to-mouth  finding, 
hair  groorrung,  page  turning,  writing  and  diagonal 
reaching  (9).  Based  on  the  results,  the  importance  of 
providing  and  allowing  shoulder  movement  was 
highlighted.  The  elbow,  by  contrast,  can  be  fixed  at  a 
given  location  for  a  particular  activity  without  much  loss. 
It  was  also  noted  that  pronation/supination  and  wTist 
flexion/extension  should  be  powered  to  allow  for  finer 
movements,  Engen's  prototype  orthosis  was 
implemented  with  a  high  level  of  success.  While  further 
analysis  was  beyond  the  scope  of  Engen's  work  he 
recommended  that  it  be  given  priority.  The  advance  of 
computers  makes  that  currently  possible 

The  complex  three  DOF  shoulder  motion  were  studied 
by  Enger  (10)  with  the  objective  of  compressing  the 
required  motion  into  a  single  turn  axis  for  prosthesis 
design.  Using  geometric  relationships,  a  spetiallv 
designed  mechanical  device  and  stereometry,  his  team 
deterrruned  that  a  45'  turn  axis  would  bring  the  arm 
from  the  side  "table"  position  to  the  front  "mouth" 
position.  Elbow  flexion  (coupled  with  ulnar/radial 
deviation),  forearm  rotation,  wrist  flexion  and  grasp  were 
incorpiirated  into  the  prosthesis  as  well.  Clearly  this 
simplified  the  shoulder  mechanism  and  control,  but  only 
allowed  for  eating-like  activities. 

Based  on  recording  and  rating  the  everyday  activities  of 
17  able-bodied  subjects,  McVVilli.ini  (4>  identified  180 
ta.sks  as  the  most  important  for  daily  living.  Tie 
cndpoints  of  each  action  as  well  as  any  essential  paths 
were  rioted  through  observation  (11).  Using  obi^ervation 
only,  however,  leads  to  a  non-quantitative 
characterization  of  the  task  movements.  Dressing  tasks 
were  also  included,  leading  to  a  much  different  task 
spare  than  for  this  project.  A  mechanical  model  was 
crea''.\l  to  test  various  selections  and  combinations  of 
axes  against  the  task  requirements,  undoubtedly  a  time- 
consuming  process.  The  resulting  minimum 
rt\|uirenients  were:  shoulder  flexion/  extension,  uppi'r 
arm  rotation  coupled  with  alxluction,  elbow  flexion. 


forearm  rotation,  wrist  flexion  and  grasp  (12).  Since 
pixiple  with  disabilities  were  not  consulted  to  define  the 
importance  of  the  tasks,  however,  the  applicability  of 
these  results  is  placed  into  some  question. 

It  is  clear,  then,  that  a  new  kinematic  analysis  is  required 
with  Sfjccific  motion  data  for  tasks  defined  directly  from 
the  potential  users  and  to  take  advantage  of  more 
advanced  computer  capabilities. 


APPROACH 

A  generic  model  of  an  upper-extremity  system  (see 
Figure  2)  has  been  developed  based  on  robotic  analysis 
techniques.  The  grasping  location  is  definc>d  by 
supplying  each  joint  angle  to  a  forward  kinematic 
transformation  for  the  device.  By  then  applying  an 
iterative  optimization  routine  to  this  model,  the  angles 
corresponding  to  the  closest  approach  to  a  desired  pomt, 
within  the  joint  limits,  can  be  discovered. 


Homeial  Rot . 
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^^^SJ  Wrisi  Kl/Ext 

^V/l'u     f^'^'  Deviation 


Figure  2:  Upper-Extremity  Model 

Key  points  will  be  tested  to  determine  the  range  of 
motion  of  the  "arm"  given  the  degree-of-freedoni 
configuration  and  joint  limits  being  analyzed.  The 
primary  focus  will  be  on  a)  the  table  level,  b)  the  mouth 
level  and  c)  the  reach  forward  position.  The  underlying 
assumption  is  that  if  the  user  can  reach  each  of  two 
points  then  some  path  can  be  found  between  those  two 
points.  This  assumption  will  be  verified  at  a  later  point, 
but  means  that  the  orthosis  is  not  restricted  to  following 
the  typical  able-bodied  path.  No  trunk  or  head 
movement  is  assumed  so  that  such  compensatory  actions 
are  not  required  of  the  disabled  user.  The  secondary 
focus  will  be  on  reaching  d)  the  top  of  the  head,  e)  the 
table,  in  different  orientations  and  f)  towards  the  left  and 
the  right.  Other  extremes  of  the  task  space  as  defineil  by 
the  motion  analysis  study  will  also  be  examined  as 
necessary. 

The  resulting  configurations  will  be  checked  for  possible 
alternatives  which  achieve  the  same  endpoint  and 
whether  the  configuration  accounts  for  obstacles  such  as 
a  table.  Sensitivity  to  the  exact  positions  tested  as  well 
as  the  sensitivity  to  limb  segment  lengths  will  also  be 
investigated,  joint  limits  will  be  adjusted  to  determine 
minimum  requirements. 

Coupling  of  individual  IXIF  is  a  fxiwerful  way  to 
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decrease  the  number  of  degrecs-of-frccdoni  while  still 
maintaining  functionality.  Potential  relationships  and 
"component"  movements  will  be  derived  from  the  stick- 
figure  and  angle-time  graphs  generated  from  the  motion 
analysis.  Three-dimensional  plots  will  be  constructed  of 
the  task  space  in  order  to  define  the  motion  envelope  for 
both  single  and  multiple  tasks.  The  number  of  degrccs- 
of-freedom  will  be  successively  reduced  until  the 
minimum  possible  has  been  established  for  satisfactory 
performance  over  a  range  of  tasks. 

In  addition  to  videotaping  the  typical  motions  required 
to  perform  the  tasks,  those  tasks  that  can  be  simplified 
with  common  daily-living-aids,  particularly  eating  and 
drinking,  will  be  videotaped.  If  the  kinematic  analysis 
demonstrates  that  fewer  DOF  are  then  requireti,  this 
trade-off  will  be  seriously  considered. 

As  a  final  application  of  the  kinematic  analysis,  the  l  iugh 
MacMillan  orthosis  will  be  analyzed  against  the  task 
requirements  to  evaluate  its  level  of  mobility  and 
function. 


DISCUSSION 

Powered  upper-limb  orthoses  have  numerous  benefits. 
These  include  increased  independence  for  the  user,  an 
increased  sense  of  dignity  and  worth  and  a  reduced 
burden  on  caregivers.  The  device  will  be  readily 
discarded,  however,  if  it  is  not  functional  and  reliable  or 
if  it  is  too  inconvenient,  tiring  or  costly.  The 
development  of  an  orthosis  based  on  a  sound  task  and 
kinematic  analysis  will  increase  the  functionality  of  the 
device  and  lead  to  an  increased  chance  of  acceptance  by 
the  end  user. 

Our  team's  final  goal  is  to  design  a  new  powered  upper- 
extremity  orthosis.  Five  prototypes  will  be  built  and 
then  tested  in  clinical  trials.  As  a  preliminary  step,  two 
Hugh  MacMillan  orthoses  have  been  built  to  fit  one  of 
the  authors.  One  of  these  will  be  modified  to  incorporate 
incremental  design  improvements.  The  modified  version 
vvill  be  compared  to  the  original  design  for  both 
subjective  and  objective  evaluation.  The  experience 
gained  will  be  directly  applied  to  the  development  of  the 
new  powered  upper-extremity  orihosis. 
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ABSTRACT 

Choosing  or  designing  a  suitable  environmental  control  system 
to  meet  the  needs  of  people  with  severe  disabilities  requires 
carefu!  consideration  of  the  user's  abilities,  resources  and 
changing  needs.  It  was  therefore  decided,  through  consultation 
with  consumers  and  health  care  professionals,  to  develop  a 
strategy  to  address  these  needs.  This  process  has  been 
successfully  applied  to  the  design  and  installation  of  an 
environmental  control  system. 

BACKGROUND 

For  people  with  physical  disabilities  the  past  decades  have  seen 
a  significant  increase  in  community  living  options.  The  demand 
for  these  options  has  lead  to  the  development  of  community 
based  support  services  and  to  a  rapidly  increasing  variety  of 
technical  aids.  Individuals  are  leaving  institutions  to  live  in 
various  forms  of  alternative  housing  such  as  group  homes,  co- 
ops, integrated  apartments  or  private  residences.  Technical  aids 
are  vital  to  the  person  with  a  severe  disability  who  is  living  in 
the  community.  The  ability  to  control  the  immediate 
environment  is  the  key  to  the  independent  organization  of 
personal  needs  and  activities.  To  meet  this  increased  demand 
for  technical  aids,  a  large  variety  of  environmental  control 
systems  (ECS)  and  peripherals  ranging  from  tlie  simple  to  the 
complex  have  become  available. 

STATEMENT  OF  THE  PROBLEM 

With  the  increased  variety  of  housing  options  and  the  expanding 
assortment  of  technical  aids,  advice  for  their  selection  and 
installation  is  constantly  being  sought  by  consumers  and  health 
cire  professionals  (1,2). 

The  specific  needs  of  a  person  with  a  severe  disability  will  vary 
depending  upon  their  imntcdiate  circumstance.  A  person  with 
a  recent  high-level  spinal  cord  injury  has  different  needs  for 
technical  aids  in  a  hospital  environment  than  he/she  will  have  in 
the  community.  Similarly,  people  with  progressive  neuro- 
muscular disorders  may  have  an  increasing  dependence  on 
technology  to  maintain  their  independence  in  the  home.  The 
evaluation  and  selection  of  appropriate  equipment,  given  the 
changing  needs  of  the  disabled  person,  proved  to  be  difficult. 

For  circumstances  requiring  minimal  technical  a.'^'iistance  there 
are  several  options,  including  single  switch  devices  to  interface 
with  hospital  nurse  calls  or  to  operate  equipment  such  as 
telephones  or  i  Vs.  For  increased  needs,  ECS's  can  -ange 
from  systems  with  advanced  information  storage  and  visual 
displays,  to  personal  computer-based  systems  with  near  limitless 
potential.  Some  of  these  devices  are  extremely  well  built  and 
reliable  while  others  are  of  very  poor  quality.     Price  or 


expensive  adverti.sing  is  not  always  an  indicator  of  quality  or 
function. 

SOLUTIONS 

The  views  of  consumers,  therapists,  personal  attendants  and 
others  were  integrated  to  obtain  a  profile  of  the  desirable 
characteristics  of  an  ECS  (3).  This  profile  has  been  usefiil  in 
the  selection  of  environmental  control  products. 

Operation  of  an  environmental  control  by  the  user  should  be 
simple  to  understand  and  simple  to  u.se.  The  variety  of 
switches  commercially  available  ranges  from  basic  push-button 
styles  to  the  more  complex,  for  example  EMG  or  eye-motion 
switches.  For  use  in  bed,  push-button  type  switches  require 
accurate  and  secure  placement  within  the  user's  target  area. 
During  sleep,  user  movements  may  cause  accidental  activation 
or  may  result  in  the  switch  being  moved  outside  tho  target  area. 
A  sip/puff  switch  on  a  flexible  mounting  bracket  reduces  many 
of  these  problems.  It  can  easily  be  acljusted  for  ready  access 
by  the  user  after  he/she  is  repositioned  in  bed  and  is  immune 
to  false  triggering. 

From  a  wheelchair,  the  most  convenient  access  to  an  ECS  is  a 
wipjiess  remote  control  incorporating  an  appropriate  sv.itch. 
An  encoded  radio  frequency  remote  control  allows  the  user 
secured  access  to  their  system  from  anywhere  around  their 
home.  The  use  of  an  infrared  remote  control  requires  line  of 
site  operation  to  the  receiver,  thereby  limiting  the  user's 
mobility  when  operating  their  environmental  control  unit. 

The  actual  sequence  of  switch  closures  used  to  operate  the  ECS 
should  be  consistent.  A  simple  sequence  is  easier  to  leam  and 
will  quickly  become  second  nature  to  the  user.  As  an  example, 
turning  on  a  TV,  telephone,  or  lamp  should  all  use  similar 
switch  activation  sequences. 

Visual  displays,  available  on  most  ECS's,  should  clearly  show 
the  current  statue  of  the  system.  There  should  also  be  auditory 
feedback  to  allow  the  user  control  of  the  ECS,  frr  example 
from  another  room,  without  reference  tc  the  visual  display. 

Following  the  initial  equipitKnt  set  up,  the  system  should 
require  little  attention  from  family  members  or  personal 
attendants.  Appliances,  such  as  lights  that  interact  with  the 
ECS  should  be  simple  to  control  by  others  without  having  to 
follow  a  complex  sequencing  routine.  Frustration  for  both  the 
user  and  the  personal  attendant  will  result  if,  for  example,  the 
telephone  dialer  or  TV  channel  memory  is  complicated  to 
reprogram.  The  simple  repositioning  of  switches  may  be 
required  periodically,  but  frequent  critical  positioning  of  head 
pointers  or  sensors  increases  the  responsibility  of  the  user  and 
can  be  a  major  cause  of  system  rejection. 
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Consumer  products  are  made  to  be  cosmetically  appealing  as 
well  as  functional.  An  ECS  packaged  in  an  industrial  box  with 
a  poor  or  unmatched  finish  should  be  no  more  acceptable  in  the 
home  than  a  poorly  packaged  or  unattractive  stereo. 

The  ECS  used  in  an  independent  living  environment  becomes  a 
vital  part  of  daily  planning  and  activity.  Reliability  and 
servicing  are  therefore  important  attributes.  The  attendant  call 
(which  may  be  a  buzzer  or  a  telephone)  should  be  adaptable  to 
the  user's  input  .witch  if  the  ECS  is  removed  for  repair  or 
modification. 

Installation  of  an  ECS  should  not  require  major  home 
renovation.  The  use  of  wireless  interconnections  such  as  X-10 
light  and  appliance  controls,  and  the  use  of  standardized 
equipment  can  reduce  the  time  required  for  installation.  Less 
complex  installations  can  be  carried  out  without  the  help  of 
technicians  and  engineers. 

Standardizing  the  ECS  used  in  a  given  geographical  region  has 
several  benefits.  Consumers  can  exchange  their  knowledge  and 
experience  concerning  the  system  without  referring  back  to 
therapists  or  engine*.  -  Therapists  can  become  familiar  with  the 
characteristics  of  a  system  and  so  become  proficient  at 
instructing  users  and  even  setting  up  systems. 

Standardization  of  equipment  that  allows  for  flexibility  to  meet 
the  individual  needs  of  a  variety  of  users  will  help  ensure  it's 
success.  Foi  example,  the  ECS  that  can  control  one  or  two 
lights  and  a  TV  in  a  nursing  home  should  also  be  able  to  handle 
several  lamps,  appliances,  telephones,  TV's,  intercom  and  door 
lock  by  the  simple  addition  of  peripheral  equipment. 
Standardized  pneumatic  and  paddle  switches  can  satisfy  the 
needs  of  many  consumers.  The  benefits  of  standardization  are 
many:  retraining  on  different  equipmeni  is  eliminated;  financial 
savings  are  realized  by  expanding  rather  than  replacing 
equipment;  and  those  working  with  the  individual  become  mote 
proficient  with  the  equipment.  Systems  that  are  too  complex 
create  their  own  problems  by  making  professionals  reluctant  to 
work  with  them  and  by  being  confusing  for  the  user.  Complex 
or  custom  devices  are  best  suited  to  those  who  cannot  use 
standard  equipment. 

AN  APPUCATION  OF  THE  SOLUTIONS 

After  reviewing  many  commercially  available  systeim,  and  with 
regard  to  our  expertise  and  financial  limiution  it  was  decided 
that  our  clients  would  best  be  serv'ed  by  designing  and  building 
our  own  environmental  control  system.  The  Environmental 
Select  and  Operate  Mifro-controller  (ENSOM)  is  the  heart  of 
the  ECS  that  was  developed  to  meet  the  needs  in  Manitoba. 

The  ENSOM  is  able  to  scan  from  two  to  ten  channels  al  an 
adjustable  rate.  It  takes  advantage  of  the  X-IO  POWERHOUSE 
for  controlling  lighte  and  appliances.  Many  one  and  two  input- 
switch  peripherals  available  from  various  manufactures  can  be 
operated  through  the  ENSOM.  This  enables  the  user  to  take 
advantage  of  specialized  equipment  that  may  be  needed  while 
retaining  a  standardized  system.  Based  on  the  MC68705  micro- 
controller, the  ENSOM  can  be  reprogrammed  to  meet 
specialized  needs  where  noces,sary. 


CONCLUSION 

These  guidelines  for  environmental  controls  have  been 
developed  through  consumer  and  professional  input  and 
extt  isive  community  experience.  The  application  of  these 
guidelines  has  led  to  the  successful  installation  of  environmental 
control  systems  in  recent  years.  The  guidelines  were  also 
applied  to  the  development  of  the  ENSOM  that  has  been  in  use 
for  over  two  years.  Follow-ups  have  shown  that  users  and 
health  care  professionals  in  Manitoba  have  reacted  with  a  high 
degi'ee  of  satisfaction  and  acceptance. 
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INTRODUCTION 

The  Rehabilitation  Robotics  Group  at  Cambridge 
University  is  working  in  conjunction  with  the 
Papworth  Group  Assessment  Centre  to  identify 
and  evaluate  employment  in  the  manufacturing 
industry  which  may  be  accessed  by  physically 
disabled  individuals  through  the  introduction  of 
an  interactive  robot  system  ( 1  ].  An  aspect  of  the 
overall  employment  placement  process  which  is 
being  addressed  as  part  of  this  project  is  the 
assessment  of  the  vocational  skills  of  a  potential 
disabled  employee  [2]. 

This  paper  describes  the  development  of  an 
interactive  robot  quantitative  assessment  test 
(IRQAT).  The  purpose  of  the  IRQAT  is  tc 
provide  quantitative  measures  of  an  individual  s 
ability  to  control  a  robot  performing  a  rigidly 
defined  task  using  a  range  of  control  approaches. 

BACKGROUND 

Assessment  of  potential  employees  is  common 
practice  within  industry.  The  Valpar  tests  |3|  are 
typical  quantitative  assessment  tests  administered 
by  evaluators  to  measure  specific  abilities  of 
prospective  employees.  Although  the  results  of 
these  tests  do  not  provide  complete  knowledge  of 
an  individual's  aptitude  for  a  particular  job,  they 
do  provide  insight  that  is  useful  when  considered 
with  other  evaluation  criteria. 

Occupational  therapists  make  use  of  assessment 
tests  when  evaluating  the  abilities  of  patients 
undergoing  rehabilitation.  The  Jebsen  Hand  Test 
14]  and  the  Box  and  Blocks  Test  [5]  are  examples 
of  tests  developed  to  provide  therapists  with 
quantitative  evaluation  of  manipulation  motor 
skills.  These  tests  ans  used  as  part  of  the  overall 
evaluation  of  the  individual  and  the  experience  of 
the  therapist  is  critical  for  appropriate 
interpretation  of  results. 

Assessment  tests  which  have  been  developed  for 
teleoperators  used  in  space  and  underwater 
applications  provide  relevant  input  to  a  test  for  a 
rehabilitation  robot  system.  Hannaford,  et.al., 
16]  have  identified  two  types  of  tasks  used  for 
teleoperator  assessment:  generic  tasks  and 
application  tasks. 

Generic  tasks  are  idealized,  simplified  tasks  that 
are  designed  to  test  specific  telemanipulation 
capabilities.  Application  tasks  are  designed  as 
much  as  possible  to  mimic  real-world  uses  for 
telcoperation  |7|. 


Hannaford,  et.al.,  evaluated  teleoperator 
performance  using  generic  tasks  on  a  sensored 
testboard.  The  tasks  included  peg-in-hole 
insertion,  velcro  attachment  of  blocks, 
manipulating  electrical  connectors,  and 
manipulating  a  bayonet  connector.  A  set  of 
performance  measures  were  evaluated  to 
determine  the  effect  of  varied  control  capability 
on  task  performance. 

NASA  has  sponsored  several  projects  aimed  at 
investigating  the  impact  of  end  effector 
technology  on  telemanipulator  penormance 
18,9,10,11].  NASA,  however,  has  not 
standardized  its  approach  to  generic  task 
assessment. 

The  Rehabilitation  Robotics  research  community 
has  made  little  use  of  standardized  assessment 
tests  of  generic  tasks.  Evaluation  of  systems  has 
been  largely  through  a  qualitative,  application 
approach.  The  main  source  of  evaluation  results 
has  been  through  surveys  of  operators  of  a 
system  and  of  a  trained  observer  during  clinical 
studies  [12,13,14  to  name  only  a  few]. 

A  notable  exception  to  this  is  the  work  of  King 
[15].  King  made  use  of  a  test  platform 
consisting  of  goal  positions  to  quantify  the  effect 
of  various  control  axes  on  end  effector 
positioning  ability. 

PROPOSED  ASSESSMENT  TEST 

The  IRQAT  is  intended  to  provide  a  standard 
quantitative  measure  of  an  individual's  ability  to 
control  a  robot  to  perform  a  generic  task.  The 
design  of  the  IRQAT  is  based  on  previous 
experience  in  adapting  a  robot  system  to 
interactively  perform  the  Valpar  Tri-level 
Measurement  Test  [2].  This  was  intended  to 
demonstrate  the  concept  of  interactive  robot 
control  and  did  not  result  in  a  standardized  test. 

Figure  1  is  a  drawing  of  the  IRQAT,  which  h?s 
been  constructed  out  of  wood  and  is  designed  to 
be  conveniently  stored  and  transported.  The 
IRQAT  consists  of  an  output  rack  which  holds 
ten  v;ooden  dowels  of  0.25  inch  diameter,  a  40 
inch  high  barrier  wall,  and  an  input  rack  with  ten 
holes  into  which  the  dowels  can  be  fitted.  The 
tolerance  of  the  holes  is  large  so  that  the  dowels 
fit  loosely. 
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Figure  1:  Sketch  of  the  IRQAT  setup. 

The  IRQAT  will  initially  be  used  to  evaluate  an 
operator's  ability  to  control  an  interactive  robot 
system  using  various  levels  of  menu  control.  This 
form  of  control  is  being  investigated  because  a 
disabled  operator  will  be  physically  unable  to 
generate  the  input  signals  for  direct  coupling  to  the 
full  degrees  of  freedom  of  the  task. 
A  baseline  standard  for  comparison  will  be 
determined  from  autonomous  operation  of  the 
manipulator.  This  is  in  contrast  to  the  standard 
determined  by  Hannaford  in  [61  which  is  based  on 
performance  by  the  unaided  operator. 
The  CURL  robot  control  language  ( 171,  conu-olling 
the  UMI  RTX  robot,  will  be  used  to  provide  task 
level  menu-driven  control.    CURL  allows  an 
individual  to  specify  robot  end-effector  commands 
in  terms  of  pre-defmed  objects  and  goals  in  a  semi- 
structured  environment.  Task  level  commands, 
however,  may  be  provided  at  various  levels.  For 
instance,  a  series  of  commands  which  would 
perform  part  of  the  IRQAT  task  could  be  as 
follows: 

move  right,  (stop  indicalcd  through  esc  key) 

move  down,  (slop) 

grasp  40. 

move  down,  (slop) 

grasp  0. 

move  up.  (slop) 

move  left,  (slop) 

And  so  on.  These  commands  are  relatively  low 
level.  The  same  sequence  of  motions  could  also  be 
accessed  through  the  following  series  of 
commands: 

pick  up  pegl. 

move  above  the  barrier. 

move  above  holel. 

pitch  0.  (absolute  position  command) 

roll  0.  (absolute  irasmon  command) 

move  down,  (slop) 


The  second  sequence  of  commands  requires 
defining  objects  and  locations  in  the  environment 
and  serves  to  demonstrate  how  the  same  task  can 
be  explained  to  the  system  in  different  ways. 

For  a  highly  structured  system,  the  task  level 
commands  can  become  very  concise.  For  example, 
the  peg  to  hole  task  could  simply  be: 

move  pegl  to  holel. 

Lower  level  command  sequences  are  provided  for 
several  reasons.  First,  these  lower  level 
commands  can  be  combined  into  higher  level 
procedures  as  a  task  environment  becomes  more 
well  defined.  In  addition,  the  lower  level 
commands  can  be  used  to  recover  from  highly 
unstructured  situations,  for  example  those  which 
may  result  from  failures  (dropping  of  a  peg,  for 
instance). 

The  first  trials  with  the  IRQAT  will  be  structured  to 
evaluate  how  well  an  individual  can  plan  a  task  at 
various  command  levels. 

DISCUSSION 

The  results  of  the  interactive  robot  assessment  test 
are  intended  to  be  used  as  an  indication  of  an 
individual's  aptitude  for  communicating  effectively 
with  a  robot.  These  results  will  be  considered  in 
conjunction  with  other  evaluation  criteria  to 
determine  the  client's  suitability  for  using  an 
interactive  robot  system  to  gain  employment. 

The  IRQAT  is  potentially  useful  for  evaluating 
other  aspects  of  an  interactive  robot  system. 
Changes  to  the  control  language,  the  manipulator, 
end-effector  capability,  control  axes,  or  the 
interface  device,  for  example,  can  be  evaluated 
through  administering  of  a  standardized  test  of 
generic  tasks. 

The  system  of  Figure  1  has  been  constructed  and 
exact  specification  of  the  test  protocol  is  being 
defined.  Testing  of  a  broad  population  of 
physically  disabled  individuals  is  planned  over  the 
next  six  months. 
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ABSTRACT 

An  augmentative  communication  device  tias  been 
developed  which  provides  great  flexibility  and  power 
to  the  system  operator.  A  wide  range  of  on-line 
support  has  been  provided  in  order  to  assist  the 
system  operator  in  learning  how  to  set  up  and  use  the 
device,  and  also  to  aid  in  learning  the  encoding  system 
and  the  specific  code  sequences  used  to  retrieve 
vocabulary  items.  These  features  have  been  added  to 
assist  the  system  operstor  when  the  speech  therapist 
or  main  system  support  person  is  unavailable,  and  to 
minimize  the  amount  of  instructional  time  required 
for  the  system  operator  to  become  "fluent"  in  the 
operation  of  the  device.  They  are  also  intended  to  help 
reduce  the  amount  of  support  time  required  from  the 
speech  therapist  or  other  clinician  or  support 
person.  Other  features  have  been  designed  to 
simplify  the  general  operation  of  the  device  and  to 
enable  the  system  operator  to  more  easily  take 
advantage  of  the  capabilities  of  the  device. 

BACKGROUND 

Augmentative  communication  devices  have  developed 
rapidly  over  the  past  few  years.  Systems  have 
become  more  complex  and  powerful,  offering  a  wider 
range  of  options  and  able  to  encode  and  store  much 
larger  vocabularies.  As  a  result,  the  amount  of  time 
required  to  assist  the  system  operator  in  becoming 
familiar  with  the  operational  features  of  such  devices 
and  in  learning  to  efficiently  retrieve  these  larger 
vocabularies  has  also  grown  significantly.  This 
situation  has  arisen  against  a  background  of  a 
shortage  of  trained  clinicians  with  a  strong 
background  in  augmentative  communication.  Other 
system  support  people  are  not  generally  trained 
professionals  in  the  field,  and  thus  require  assistance 
themselves  to  master  the  operation  and  set-up  of  a 
communication  aid.  Even  trained  clinicians  are  faced 
with  the  prodigious  task  of  becoming  familiar  with 
the  operation  of  a  wide  variety  of  devices. 

With  this  situation  in  mind,  a  new  communication  aid 
has  been  developed  for  which  one  of  the  design  goals 
was  to  provide  as  much  on-line  support  as  possible. 
The  intent  was  to  provide  support  in  a  number  of 
different  aspects  of  device  operation;  the  initial  set- 
up of  the  device;  becoming  familiar  with  the  basic 
operation  and  features  of  the  device;  learning  and 
utilizing  the  stored  vocabulary;  maintaining  the 
device  and  its  vocabulary;  and  simplifying  the 
utilization  of  the  numerous  features  of  the  device  in 
day-to-day  operation  to  reap  the  maximum  benefit 
from  the  device's  potential  to  assist  the  system 
operator. 


STATEMENT  OF  THE  PROBLEM 

The  process  by  which  a  system  operator  learns  to 
communicate  fluently  and  transparently  using  an 
augmentative  communication  device  involves  the 
acquisition  of  many  new  skills  and  a  large  body  of  new 
knowledge.  The  inherent  complexity  of  the  process  of 
communication  itself  makes  this  unavoidable.  The 
goal  for  any  augmented  communicator  and  his  or  her 
support  team  must  always  be  to  reach  his  or  her 
maximum  potential.  The  uniqueness  of  every 
individual  then  poses  a  problem  which  must  be 
addressed:  how  to  provide  a  communication  system 
that  satisfies  the  unique  needs  of  a  particular 
individual  in  a  cost-effective  fashion.  Certainly, 
developing  one-of-a-kind  systems  tailored  to  each 
individual's  particular  needs  would  be  prohibitive  in 
cost,  and  could  eventually  prove  less  effective  if  an 
individual's  abilities  or  needs  changed  significantly 
over  time.  The  alternative  is  to  produce  systems 
v/ith  a  wide  range  of  options  which  can  be  configured 
to  each  individual's  needs.  This  unavoidably  results 
in  systems  that  are  more  complex. 

RATIONALE 

Using  such  flexible  systems  to  their  best  advantage 
requires  a  correspondingly  larger  number  of  options 
to  be  configured.  Given  that  the  trained  clinician's 
time  is  such  a  valuable  and  relatively  scarce 
resource,  systems  must  be  designed  to  minimize  the 
demands  placed  upon  the  clinician's  time.  Equally 
important,  the  system  operator  needs  to  be  able  to 
learn  how  to  use  the  system  more  effectively  as 
quickly  as  possible,  and  when  appropriate,  to 
independently  configure  the  system  according  to  his 
or  her  own  preferences.  These  goals  can  be  achieved 
in  several  ways:  1)  make  it  easier  for  the  clinician 
to  become  familiar  with  the  device;  2)  provide  a 
variety  of  basic  applications  /  device  set-ups,  one  of 
which  can  be  selected  and  "fine-tuned"  for  a 
particular  system  operator;  3)  provide  a  simple 
interface  for  configuring  the  system  which  is  easy  to 
use  by  both  the  clinician  or  support  person  and  the 
system  operator;  4)  provide  a  mechanism  to  easily 
modify  configurations  as  desired  using  a  minimum  of 
keystrokes;  5)  provide  readily  available  on-line 
help  information;  and  6)  include  powerful  utilites 
for  vocabulary  access  and  maintenance. 

DESIGN  /  DEVELOPMENT 

Many  different  features  were  designed  and  integrated 
into  the  device  throughout  the  development  process  in 
order  to  achieve  the  goals  outlined  above.  Comments 
and  suggestions  were  solicited  throughout  the 
development  process,  both  from  a  large  number  of 
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augmentative  communication  specialists  and  from 
system  operators  using  other  devices.  In  the  latar 
stages  of  development,  much  helpful  feedback  was 
obtained  from  system  operators  involved  in  beta- 
testing  the  device  itself. 

Operator's  Manual.  While  the  operator's  manual  for 
a  device  obviously  cannot  be  strictly  defined  as  "on- 
line" support,  it  is  certainly  a  vital  part  of  the 
overall  support  picture  for  any  device.  Bearing  this 
in  mind,  a  great  deal  of  effort  was  put  into  creating  a 
manual  that  was  both  complete  and  simple  to  use  and 
understand.  The  manual  was  designed  to  provide  a 
concise  introduction  to  the  device,  with  more 
advanced  operational  features  described  in  separate 
sections  that  are  more  or  less  independent,  with 
cross-refences  as  needed.  Each  pair  of  facing  pages 
complements  each  other,  with  illustrative  graphics 
on  the  left  and  explanatory  text  on  the  right. 

Built-in  Tutorial.  Included  in  the  operator's  manual 
and  integrated  into  the  device's  firmware  is  a  built- 
in  tutorial  providing  a  "hands-on"  introduction  to  the 
basic  operation  of  the  device.  Setting  up  the  device  to 
go  through  the  tutorial  requires  only  a  few 
keystrokes  described  at  the  start  of  the  manual.  The 
firmware  includes  self-installing  sample  overlays 
(keyboard  definitions)  and  vocabularies  to  use  with 
the  tutorial  in  the  manual  and  to  provide  examples 
for  further  independent  vocabulary  development  by 
the  system  operator  or  support  person. 

Vocabulary  Packages.  As  part  of  the  overall 
support  strategy,  a  variety  of  pre-defined  overlay 
and  vocabulary  packages  have  been  developed  that  are 
targeted  at  different  age  groups  and  cognitive  levels, 
from  pre-school  through  adult.  These  can  be  loaded 
into  a  device  then  further  modified  and  set-up 
specifically  for  a  given  type  or  category  of  selection 
techniques.  The  modified  versions  can  be  saved  on 
disk  to  provide  an  appropriate  starting  point  for  a 
given  system  operator  with  specific  needs.  Based  on 
the  operator's  subsequent  experience  with  the  device, 
the  set-up  can  then  be  fine-tuned  over  time  to 
optimize  the  device's  operational  characteristics  for 
that  particular  operator. 

Menu-driven  Qpsration.  Menus  are  generally  the 
preferred  method  of  transaction  control  for  new  or 
casual  users  because  they  provide  two  major 
advantages.  One  is  that  they  provide  an  obvious 
structure  to  the  software  and  help  the  user  to  rapidly 
develop  a  model  of  how  the  system  works  as  a  whole. 
Another  Is  that  they  rely  on  the  ability  to  recognize 
information  rather  than  having  to  recall  it  from 
memory  [Dumas,  1988].  A  further  ac'vantage  of 
menus  for  an  augmentative  communication  device  is 
the  fact  that  their  operation  can  be  designed  together 
with  the  selection  techniques  implemented  In  the 
device  to  provide  an  interface  that  can  be  easily 
controlled  as  well  as  understood  by  the  system 
operator.  For  example,  an  efficient  scanning  method 
can  be  automatically  invoked  for  those  using  a 
scanning  selection  technique.  Alternatively,  the 
keyboard  can  be  interpreted  as  pre-defined  quadrants 


specifying  menu  selections  to  provide  large  target 
areas  for  direct  selection  techniques  such  as 
headpolnting.  Menus  can  also  be  scanned  auditorially 
or  read  aloud  for  non-reading  or  visually  impaired 
system  operators.  Menus  are  also  particularly  well 
suited  for  providing  context-sensitive  help 
information.  All  menu  screens  are  constructed 
identically,  with  a  title  on  the  top  display  line, 
followed  by  up  to  four  active  choices  (numbered  1  - 
4),  5  to  exit  (back  up  the  menu  hierarchy),  6  and  7 
to  navigate  horizontally  through  related  menus  at  the 
same  level  of  the  hierarchy,  8  to  read  the  menu  aloud 
using  the  speech  synthesizer,  and  9  to  obtain  the 
context-sensitive  help  information  explaining  the 
choices  available  in  the  menu. 

Function  Macros.  A  common  complaint  of  experienced 
users  of  strictly  menu-driven  interfaces  is  a  lack  of 
speed  in  controlling  the  application.  This  issue  was 
addressed  by  providing  the  ability  to  encode  any  menu 
transaction  (or  combination  of  transactions)  in  a 
single  function  macro.  A  macro  can  be  created  to  take 
the  operator  into  any  menu  at  any  level  and  make 
choices  from  that  menu  when  the  macro  is  activated. 
Alternatively,  the  macro  can  be  written  to  enter  any 
menu  and  make  pre-determined  choices  without 
requiring  any  interaction  from  the  operator  other 
than  to  activate  the  macro.  Functions  macros  can  be 
assigned  to  the  device's  overlay  as  the  definition  of 
the  effect  of  a  particular  key  activation,  or  encoded  as 
part  of  the  vocabulary  stored  in  the  device.  Such 
macros  allow  the  system  operator  to  modify  the 
operational  characteristics  of  the  device  "on  the  fly" 
with  as  little  as  a  single  keystroke. 

"System  Toolbox."  The  device  is  designed  such  that 
the  customized  overlay  for  normal  usage  is  mounted 
on  a  hinged  keyguard  that  can  be  lifted  to  reveal  an 
overlay  to  quickly  access  any  of  the  system  functions 
or  menus  and  the  complete  character  set.  This  is 
very  convenient  for  the  system  support  person, 
especially  when  trying  to  set  up  an  overlay  or 
vocabulary  for  a  pre-literate  system  operator  where 
most  of  the  needed  characters  and  functions  would  not 
be  included  in  the  custom  overlay  definition. 

On-line  Help.  While  not  intended  to  replace  printed 
documentation,  an  extensive,  well-written  on-line 
help  system  has  become  an  accepted  goal  of  many 
major  software  applications  [Dumas,  1988).  With 
augmentative  communication  devices,  there  often 
seems  to  be  a  tendency  to  refer  to  a  printed  manual 
only  as  a  last  resort.  The  provision  of  well-designed, 
complete  on-line  documentation  in  a  device  would  of 
course  be  helpful  to  an  able-bodied  support  person, 
but  more  Importantly,  it  would  also  enable  the 
system  operator  to  access  this  documentation.  This 
then  provides  the  system  operator  with  the 
opportunity  to  explore  new  features  of  the  device 
unassisted.  The  help  function  Itself  works  as  follows: 
the  system  operator  activates  the  help  function 
(either  assigned  to  a  key  or  encoded  In  the 
vocabulary),  then  activates  the  function  or  menu  for 
which  help  information  is  desired.  If  this  second 
activated  function  is  also  the  help  function,  an 
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extensive  menu  of  help  topics  is  brought  to  the  screen 
from  which  a  selection  is  then  made.  Once  a  help 
topic  screen  is  displayed,  it  is  possible  to  navigate 
backward  and  forward  through  multiple  screens 
before  exiting  back  to  the  original  environment.  As 
in  the  case  of  menus,  the  information  on  the  help 
screens  can  also  be  read  to  the  system  operator  using 
the  device's  speech  synthesizer.  Most  help  screens 
include  a  cross-reference  to  the  the  relevant  section 
of  the  printed  manual  providing  greater  detail. 

Contexl-sensitive  Help.  In  addition  to  the  help 
screens  described  above,  there  is  also  an  extensive 
system  of  context-sensitive  help  available  whenever 
making  a  selection  from  a  menu  or  answering  a 
question  posed  by  the  system.  As  described  above,  all 
menu  screens  are  constructed  identically,  with  help 
information  available  as  selection  9  (or  by  activating 
the  help  function).  The  display  screen  is  large 
enough  so  that  sufficient  explanation  can  be  included 
with  most  yes/no  questions,  but  in  rare  cases  where 
more  explanation  might  be  helpful  the  help  function 
can  also  be  activated. 

Review  Vocabulary  Utility.  Managing  a  large 
vocabulary  is  a  potentially  time-consuming  task  with 
a  number  of  different  aspects.  An  obvious  basic 
function  is  simply  to  know  what  words,  phrases, 
sentences  or  function  macros  are  stored  in  the 
vocabulary.  Another  function  would  be  to  report 
which  encoding  sequence  or  sequences  either  contain 
or  exactly  match  a  given  text  string.  Also  useful 
would  be  a  way  to  report  on  the  key  assignments  in 
the  custom  overlay  and  the  utilization  of  elements  in 
the  encoding  system.  All  of  these  functions  were 
implemented  in  the  Review  Memory  menu.  The 
information  generated  can  be  displayed  on  the  device's 
LCD  screen,  printed  on  the  built-in  printer,  or  sent 
out  the  serial  port  to  a  printer  or  computer. 

Sequpncfi  Prediction.  A  large  vocabulary  containing 
thousands  of  items  sto'ed  under  various  key 
sequences  certainly  requires  a  significant  amount  of 
exposure  and  study  to  become  "fluent"  in  its  use.  Any 
guidance  that  can  be  provided  in  learning  or  recalling 
the  encoding  sequences  for  words  is  of  potentially 
great  benefit.  An  LED  matrix  on  the  front  panel  of  the 
device  is  used  to  provide  feedback  regarding  which 
keys  are  valid  (non-empty  successors)  at  each  point 
in  entering  a  sequence.  Before  beginning  to  enter  a 
sequence,  the  LEDs  light  up  at  every  key  which 
occurs  as  the  first  key  in  at  least  one  non-empty 
sequence.  As  subsequent  keys  are  selected,  the  LEDs 
would  be  lit  only  at  those  locations  corresponding  to 
keys  which  are  valid  successors  of  the  previously 
selected  keys  [Kushler,  1991]. 

Code  Sequence  Tutor.  Even  with  a  very  large  stored 
vocabulary  there  is  of  course  a  need  to  be  able  to 
spell  words  not  in  the  vocabulary.  However,  when  a 
system  operator  is  still  learning  the  encoding  used 
for  all  of  the  various  words,  he  or  she  may  resort  to 
spelling  a  word  that  is  included  in  the  vocabulary 
simply  due  to  not  yet  remembering  the  encoding 
sequence  used  for  that  word.   To  help  the  system 


operator  learn  all  of  the  encoding  sequences  used,  the 
device  can  be  set  to  automatically  search  the 
vocabulary  data  base  each  time  a  word  is  spelled,  and 
report  to  the  system  operator  if  the  word  could  have 
been  generated  from  an  encoding  sequence,  thus 
requiring  significantly  fewer  keystrokes.  If  so,  an 
informative  message  appears  at  the  bottom  of  the 
screen,  and  optionally,  the  keyboard  LEDs  can  be 
flashed  in  sequence  showing  directly  where  the 
encoding  keys  are  located. 

EVALUATION 

The  device  described  in  this  paper  began  beta-testing 
in  the  summer  of  1990,  and  was  used  by  four  system 
operators  from  that  time  through  the  present. 
During  the  same  period  it  was  used  and  evaluated  by 
40  speech  language  pathologists  specializing  in 
augmentative  communication.  The  results  of  the 
beta-testing  were  highly  encouraging,  and  much 
positive  feedback  was  received  regarding  the  device. 
Production  and  shipping  of  the  device  began  in 
November  of  1991,  and  again  the  feedback  received 
from  system  operators  and  professionals  in  the  field 
has  been  overwhelmingly  positive.  Plans  are 
underway  to  implement  an  automated  data  logging 
system  in  the  device  to  enable  the  collection  of 
objective  data  for  future  evaluation. 

DISCUSSION 

The  speech  therapist's  time  is  a  valuable  resource, 
and  anything  that  can  be  done  to  help  make  more 
efficient  use  of  it  will  benefit  both  the  therapist  and 
the  system  operator.  In  any  case,  the  amount  of  time 
that  the  system  operator  spends  in  direct  contact  with 
the  therapist  is  generally  quite  limited  compared  to 
the  time  spent  with  the  device  itself  (hopefully  the 
device  should  always  be  available  to  the  operator). 
By  providing  on-line  support  which  is  accessible  at 
all  times,  the  operator  is  enabled  to  independently 
further  explore  the  potential  of  the  device  and  to 
become  more  fluent  in  its  use  and  familiar  with  the 
available  vocabulary. 
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DEVELOPING  USEFUL  USER  DOCUMENTATION  FOR  AAC 
DEVICES:  ONE  COMPANY'S  EXPERIENCE 


Nancy  A.  Young 
Prentke  Romich  Co.,  Wooster,  Ohio 


ABSTRACT 

As  AAC  devices  become  more  complex,  the  documen- 
tation for  them  should  become  less  complex  and  easier 
to  understand.  The  primary  responsibility  of  good 
documentation  is  to  make  learning  how  to  use  the 
product  simple  and  to  make  finding  out  the  things  you 
want  to  know  about  the  product  easy.  This  paper  will 
discuss  how  our  company  went  about  finding  and 
adapting  a  style  of  documentation  which  would  present 
a  complex  device  to  the  public  in  a  manner  that  would 
not  frighten  them  off  but  would,  in  fact,  allow  them  to 
feel  comfortable  and  confident  about  learning  to  use  the 
device.  A  short  history  of  documentation  and  the 
evolution  of  documentation  objectives  at  the  company, 
a  description  of  the  documentation  used  for  the  new 
device  and  a  discussion  of  the  success  of  this  docu- 
mentation will  be  presented. 


BACKGROUND 

In  the  early  years  of  our  company,  the  engineers  wrote 
the  manuals  for  the  products  they  developed. 
Engineers  are  not  known  for  their  lucid  creative  writ- 
ing. They  are  known  for  their  desire  to  tell  you  more 
than  you  ever  wanted  to  know  about  why  the  inside  of 
something  they  made  works  the  way  it  does.  This 
made  manuals  interesting  to  other  engineers  but  in- 
comprehensible to  the  regular  people  who  bought  the 
product.  We  were  as  guilty  as  other  high  tech  compa- 
nies of  being  so  focused  on  the  technology  itself  that 
user-ftiendly  documentation  to  go  with  the  technology 
was  considered  as  an  aftenhought  when  it  was  consid- 
ered at  all. 

The  eventual  development  of  our  early  AAC  devices 
brought  documentation  into  focus  for  the  company. 
We  now  had  a  product  which  could  truly  enhance  and 
enrich  people's  lives  but  only  if  they  could  learn  to  use 
it  on  their  own — and  engineering  spec  sheets  simply 
were  not  conducive  to  learning  for  most  people.  We 
knew  that  for  a  product  which  was  the  cornerstone  of 
our  company  we  could  not  just  assign  the  job  of  writ- 
ing the  manual  to  anyone  who  could  speak  literately 
and  who  also  had  some  free  time;  but  that's  about  all 
we  knew  for  sure.  We  had  no  idea  what  a  good  man- 
ual should  be  like.  We  explained  our  predicament  to 
the  people  at  Carnegie  Mellon  and  asked  for  help. 
They  pointed  iis  in  the  right  direction  by  writing  the 
tutorial  for  our  new  device.  We  liked  the  idea  of  this 
tutorial — lots  of  explanatory  graphics,  text  surrounded 
by  a  lot  of  white  space  and  it  was  fairly  easy  to  under- 
stand. The  Hardware  and  Troubleshooting  sections  of 
the  manual  were  completed  in-house  following 
Carnegie's  guidelines. 


We  stayed  with  this  format  for  about  three  years  or 
until  we  developed  another  new  AAC  device.  We 
wanted  the  manual  for  this  new  device  to  explain  the 
device  in  such  easy-to- understand  terms  that  it  would 
take  very  littl*"  training  in  the  field  for  people  to  become 
competent  with  it.  This  time,  Barry  Rogers  from  the 
Trace  Center  worked  with  our  newly  hired  manual 
writer  to  devise  a  somewhat  different  format  for  docu- 
menting this  new  product.  Basically,  the  format  con- 
sisted of  a  graphic  on  the  left-hand  page  and  text  that 
supported  the  graphic  on  the  right  hand  page.  Even 
though  the  pages  were  numbered  consecutively,  in  ef- 
fect each  even  numbered  page  and  its  facing  odd  num- 
bered page  explained  the  same  concept.  One  could 
read  the  title  of  the  concept,  a  summary  of  the  concept 
and  a  complete  explanation  of  the  concept  on  the  "text 
page"  or  one  could  look  at  a  graphic  on  the  "graphics 
page"  which  explained  pictoriaJIy  the  same  concept  ad- 
dressed by  the  text. 

At  the  same  time  we  were  marketing  this  product,  we 
were  working  on  developing  a  completely  updated  and 
in  some  ways  revolutionary  new  communication  de- 
vice. This  device,  because  of  new  technology  and  a 
dedicated  hardware  and  software  team,  would  by  def- 
inition be  technologically  complex.  The  manual  would 
have  to  be  easy — both  in  concept  and  organization  or 
prospective  users  would  be  scared  away  before  they 
realized  how  simple  the  device  was  to  operate.  What 
had  we  learned  from  past  manuals?  What  were  our 
objectives  for  this  manual?  How  could  we  best  im- 
plement tliose  objectives? 


OBJECTIVES 

Over  the  years  we  had  learned  something  interesting 
about  the  public's  response  to  manuals.  People  sel- 
dom take  time  to  offer  feedback  on  a  manual  unless  the 
manual  is  very  good  or  very  bad.  The  frustration 
caused  from  trying  to  wade  through  a  bad  manual 
causes  most  people  to  complain  vociferously  and,  con- 
versely, a  manual  that  makes  learning  easy  is  such  a 
surprise  to  most  people  that  they  will  mention  it  in 
passing  if  they  are  calling  or  writing  about  something 
else.  From  this  we  saw  that  an  effective  way  to  gauge 
the  success  of  a  manual  is  by  the  amount  of  positive 
feedback  we  got  or  the  fact  that  we  heard  nothing  at  all 
about  the  manual.  No  feedback  at  all  meant  we  had 
written  a  manual  that  worked,  was  useful  and  didn't 
annoy  people.  If  people  took  the  time  to  call  or  write 
to  us  with  positive  comments  about  a  manual,  we 
knew  we  had  a  winner.  We  saw  that  with  each  major 
manual  we  produced,  we  had  fewer  complaints  and 
eventually  people  began  to  comment  positively  on  a 
specific  manual.  The  positive  feedback  centered 
around  the  easy  accessibility  of  the  "one  page,  one 
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concept"  format.  People  seemed  to  believe  tiiey  could 
handle  one  concept  at  a  time,  at  tiieir  own  pace,  until 
tiiey  began  to  fee!  comfortable  using  the  device.  We 
decided  to  write  the  new  manual  using  this  one  page, 
one  concept  format.  We  wanted  jwople  to  be  able  to 
open  the  manual  at  any  chapter  and  feel  comfortable 
reading  the  information  as  well  as  confident  that  they 
could  jwrform  the  task.  We  wanted  the  tutorial  to  be 
ABC  basic,  yet  cover  all  the  possibilities  for  quick, 
complete  beginner's  use  of  the  device.  We  wanted  the 
manual  to  read  as  if  a  regular  jwrson,  not  a  computer  or 
engineering  wizard,  had  written  it.  We  wanted  the 
manual  to  reflect  the  power  of  the  device  but  not  to 
force  the  complexity  on  users  until  they  were  ready  to 
advance  toward  it.  We  wanted  the  device  and  the 
manual  to  compliment  each  other. 


METHOD/APPROACH 

One  of  the  approaches  our  company  took  on  it.s  quest 
for  good  documentation  was  to  hire  a  manual  writer 
who  came  from  a  non-technical  background.  Instead 
of  having  complete  technical  knowledge  of  how  a 
product  works  and  then  trying  to  distill  that  knowledge 
to  the  point  where  an  ordinary  person  can  understand 
it,  the  non-technical  writer  approaches  a  new  product 
exactly  the  way  a  consumer  does.  The  things  the 
writer  wants  to  know  turn  out  to  be,  more  often  than 
not,  exactly  the  same  things  the  consumer  wants  to 
know — How  do  I  turn  this  on?  How  do  I  make  it 
speak?  How  do  I  store  vocabuUiry  or  make  it  prim  or 


push  the  buttons  without  breaking  it?  And  in  learning 
how  to  use  the  product,  the  non-technical  writer  moves 
from  the  basics  into  feeling  comfortable  with  the  device 
and  then  into  curiosity  about  advanced  applications  and 
functions.  It's  almost  impossible  for  the  non-technical 
writer  to  fog  up  the  tutorial  with  references  to  the 
amazing  advanced  functions  of  the  device  because  the 
writer  doesn't  yet  know  what  the  advanced  functions 
are.  A  good  writer  who  is  discovering  how  to  use  a 
new  product  will  write  the  discovery  and  learning  pro- 
cess as  it  is  being  experienced  in  simple  conversational 
prose. 

The  next  approach  we  settled  on  was  to  use  the  one 
page,  one  concept  idea.  Believing  that  a  potentially  in- 
tricate device  needs  a  manual  that  is  easy  to  under- 
stand, we  decided  to  divide  the  manual  into  a  number 
of  sections  each  of  which  would  be  concerned  with  an 
aspect  of  the  new  device,  e.g.,  tutorial,  advanced 
functions,  language,  etc.  Each  section  would  be  di- 
vided into  chapters  and  each  chapter  would  be  divided 
into  any  number  of  facing-paged,  self-contained  doc- 
uments. The  left-  hand  page  would  always  contain 
graphics  for  the  single  concept  and  the  right-hand  page 
would  always  contain  the  text  for  the  concept.  The 
manual  would  begin  with  the  tutorial  which  would 
teach  users  the  groundwork  needed  to  be  able  to  use 
the  device  in  its  most  basic  configurations.  Each  sec- 
tion after  the  tutorial  was  considered  as  a  building 
block  which  could  be  added  to  the  information  gained 
from  the  tutorial.  Consumers  could  choose  the  chap- 
ters and  concepts  they  wanted  to  know  about  and  be 
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Figure  1.  Sample  page  from  the  manual 
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cause  each  chapter  consisted  of  facing-paged  doci! 
ments  which  explained  a  single  concept,  it  was  n-ver 
necessary  to  read  an  entire  section  in  order  to  under- 
stand a  chapter.  In  fact,  it  was  rarely  necessary  to  read 
a  whole  chapter  in  order  to  understand  one  of  the  con- 
cepts. 

Finally,  we  decided  to  color  code  sections  and  chapters 
for  easy  reference,  to  downsize  the  manual  from  8  1/2 
X  II  to  8  1/2  X  6  and  to  bind  it  in  a  sturdy  three-ring 
binder.  We  also  added  a  stand-alone  Quick  Reference 
Guide  which  contained  only  the  1-2-3  step  directions 
for  performing  various  tasks  on  the  device. 

Once  the  conceptualization  and  organization  of  the 
manual  were  finalized,  what  remained  was  the  writing. 
The  one  page,  one  concept  format  created  a  tangible 
boundary  within  which  the  writer  had  to  write.  This 
forced  the  writing  to  be  clear  and  simple.  If  a  concept 
took  more  than  one  page  to  explain,  the  writer  was 
probably  unclear  about  the  concept.  Either  the  task 
needed  to  be  releamed  or  the  concept  needed  to  be  bro- 
ken down  into  more  manageable  parts  and  rewritten. 
The  writer  always  approached  the  device,  the  concept 
and  the  task  of  explaining  them  from  the  user's  point 
of  view.  And,  in  fact,  the  writer  with  a  non-technical 
background  is  a  neophyte  user.  What  the  writer  dis- 
covers, understands  and  then  explains  is  exactly  what  a 
user  will  be  able  to  discover  and  understand  through 
reading.  If  life  is  fair,  this  process  of  learning  and 
writing  about  what  was  learned  as  a  user  will  produce 
a  manual  that  will  be  regarded  as  an  important  and 
often-used  resource  for  the  consumer. 


RESULTS/DISCUSSION 

By  the  time  the  device  was  ready  to  be  beta  tested,  the 
manual  had  grown  so  thick  that  our  fear  was  no  longer 
that  people  wouldn't  understand  the  manual,  but  that 
they  wouldn't  even  open  it  because  of  its  size.  Both 
the  device  and  the  manual  were  given  to  users  of  our 
other  AAC  devices,  to  speech  and  language  patholo- 
gists, to  authors  of  program  applications  for  other  de- 
vices and  to  people  in-house  who  had  not  worked  on 
this  particular  project.  With  all  the  beta  testers  we 
stressed  the  necessity  of  using  the  tutorial  in  the  man- 
ual to  become  acquainted  with  the  new  device  but  we 
did  not  pressure  them  to  use  the  manual  beyond  this 
initial  stage.  Surveys  were  sent  out  periodically  asking 
the  testers  to  evaluate  certain  areas  of  concern;  among 
these  were  questions  concerning  the  manual.  Without 
fail,  this  diverse  group  of  people  responded  by  prais- 


ing the  manual,  citing  how  easy  it  was  to  understand, 
how  well  organized  and  how  non-intimidating  it  was 
despite  the  size.  All  were  surprised  by  how  easy  the 
device  itself  was  to  use  and  how  well  the  manual  facili- 
tated learning.  There  were  suggestions  for  clarity  and 
improvement,  but  there  were  no  pleas  for  a  different 
format  or  simpler  writing.  All  of  the  beta  testers 
learned  the  rudiments  of  the  new  device  fi-om  the  tuto- 
rial of  the  manual  and  most  of  them  went  on  to  teach 
themselves  many  more  advanced  functions  by  simply 
leafing  through  the  manual  to  find  those  pages  whose 
concepts  appealed  to  them.  Our  Education  and 
Training  Department  developed  training  classes  for  this 
device  using  the  manual  as  the  textbook  because  it  was 
so  easy  for  participants  to  understand. 

The  new  device  has  been  on  sale  for  8  months  and  the 
feedback  we  are  receiving  on  the  manual  is  still  over- 
whelmingly positive.  The  one  page,  one  concept  for- 
mat for  documentation  may  not  be  feasible  for  all 
product  manuals,  but  we  have  found  it  to  be  the  best 
possible  format  for  explaining  our  AAC  devices, 
where  an  incredible  amount  of  information  must  be 
disseminated  so  that  many  different  kinds  of  people 
can  understand  and  benefit  fi-om  it. 

One  of  the  things  this  experience  has  taught  us  is  that 
when  it  comes  to  explaining  highly  technical  devices  to 
the  general  public  you  can  almost  never  be  too  simplis- 
tic. This  does  not  mean  talking  down  to  the  consumer. 
It  means  respecting  the  intelligence  of  consumers 
enough  to  make  learning  the  basics  of  a  sophisticated 
device  so  easy  that  they  are  eager  and  confident  to  dis- 
cover new  ways  of  using  the  device  on  their  own.  The 
structured  format  we  used  for  this  manual  and  the  non- 
technical approach  we  brought  to  writing  it,  seems  to 
facilitate  the  consumer's  acquisition  of  both  knowledge 
about  the  device  and  the  self-confidence  to  continue  to 
learn. 
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Abstract 

In  this  paper,  we  discuss  ptugrcss  ihat  is  underway  in  the  devel- 
opmenl  of  a  s<iflware  architecture  for  Augmentative  and  Alter- 
native Communication  Systems.  The  practical  results  uf  such  iin 
architecture  will  be  a  common  framework  that  will  allow  devel- 
opers to  collaborate  in  systems  development  and  a  toolkit  that 
will  allow  rapid  development  of  new  and  unique  systems.  This 
paper  focuses  on  an  overview  of  the  class  librttfy  which  we  call 
LASO.  It  presents  it  in  terms  of  a  class  hierarchy  and  example 
configuration  that  illu.strates  class  cnnnections. 

Introduction 

The  design  and  implementation  of  AAC  system  s(iftw!u-e  con- 
tinues to  be  a  major  component  of  the  development  process. 
While  the  availability  of  toolkits  :ind  programming  envinin- 
ments  for  other  specialized  application  are;is  such  databases 
have  become  commonplace,  it  is  .still  the  fact  that  AAC  devel- 
opers program  systems  frran  scratch.  In  a  previous  paper 
(Demasco  et.  al.,  1989)  we  proposed  tbe  development  of  a  soft- 
ware architecture  that  would  provide  !i,  specification  of  .softwiire 
modules  and  their  interfaces.  For  this  architecture  to  be  useful  it 
must  meet  the  following  criteria; 

flexibility  -  The  architecture  must  provide  the  flexibility  to 

implement  a  diverse  range  of  capabilities. 

extensibility  -  It  should  provide  a  path  to  easily  incorporate  new 

strategies  that  are  not  directly  supported. 

minimnl  coupling  -  The  developer  using  the  :m:hitecture  should 

be  free  to  ii.se  those  components  that  iu-e  most  u.seful  and  not  be 

required  to  adopt  the  entire  system. 

^;fficiencv  -  The  softw!u-e  should  be  efficient  enougb  '.o  run  ade- 
quately on  a  broad  range  of  hardware  platforms. 
portability  -  Hardware  dependencies  should  be  well  i.solated  so 
that  the  :irchitecture  (or  even  piirts  of  it)  can  be  implemented  on 
a  variety  of  platforms.  This  includes  personal  computer-hiscd 
systems  and  dedicated  hardware. 

The  practical  outcome  of  such  an  :u\;hitecture  ;ire  two-fold. 
First,  we  believe  that  it  will  be  po.ssible  to  relesLse  a  developer's 
toolkit  that  will  provide  many  ncces.sary  and  common  functions 
for  system  softw:u-e  and  will  furthennore  free  system  developers 
to  work  on  more  innovative  pans  of  their  software.  Second,  the 
availability  of  a  specification  for  software  modules  anil  inter- 
faces provides  the  opportunity  for  re.sciircheis  and  developers  to 
.share  code.  While  we  a-iUize  some  of  the  practical  problems 
with  corporate  developers  shiuing  cixle,  we  think  that  there  can 
be  a  tremendous  benefit  ainong  academic  rese:m;hers. 

Background 

Our  work  within  this  project  hits  been  to  develop  !in  ;u-chitecture 
specification,  implement  a  prototype  of  the  architecture  in  C++, 
and  to  produce  and  maintain  a  developer's  kit  that  will  contain 
our  own  code  modules  !ind  (eventually)  other  people's  contribu- 
tions. In  more  recent  work,  we  have  segmented  the  architecture 
intii  two  distinct  components.  LASO  (Libriiry  of  Adiipuible 
Softw;u-e  Objects)  is  a  collection  of  C++  cla-sses  that  implement 


the  majority  of  the  architecture  specification  (Demiisco  et  !il., 
1990).  Adapt  is  an  intetprctive  authoring  limguiige  based  on 
LOGO  (Ball  et.  al.,  1990).  It  provides  the  ca[)ability  to  attach 
scripts  to  key  selections,  and  to  provide  a  dynamic  description 
of  the  system  in  terms  of  the  specific  LASO  module  that  are 
needed  and  their  inter-connections.  It  is  useful  to  distinguish 
between  these  two  components,  because  L.ASO  provides  the 
tools  for  a  developer  to  create  a  system  while  Adapt  is  designed 
to  provide  authoring  capabilities  to  the  end-user  (e.g.,  dinicL-ui, 
rehabiliuition  engineer,  consumer). 

A  very  similar  project  has  been  underway  since  1989  by  a  con- 
sortium of  European  researchers  known  !is  the  Comspec  group. 
They  iil.so  seek  to  develop  a  common  specification  for  softwiu^ 
modules  that  can  be  shared  among  the  development  community. 
In  a  technical  report  (Comspec,  1990),  the  group  outlined  the 
rationale,  requirements.  :md  a  propo.sed  structure  for  a  software 
libniry.  More  recently,  (Svanrss,  1991)  they  have  developed  a 
Snialluilk  based  prototype  that  demonstrates  their  approach. 
In  this  paper,  ws  would  like  to  discuss  progress  made  in  the 
development  of  our  iiichitcctural  specification.  In  piu-ticular, 
since  we  only  have  presented  descriptions  of  .specific  compo- 
nents of  the  architecture  previously,  we  would  like  to  Uike  this 
opportunity  present  the  entire  architecture  as  a  whole.  The  great- 
est overall  change  in  the  architecture  has  been  an  attempt  to 
iichieve  greater  compatibility  with  the  structure  developed  with 
the  Comspec  project.  In  panicular,  we  have  adopted  (and 
exp:mded  upon)  tlieir  Navigation  Protocol  which  defines  a  set  of 
inessiiges  between  the  input  and  proces.sing  sides  of  a  system. 
The  eflort  towanJs  compatibility  is  largely  possible  because  all 
parties  concerned  have  embraced  an  object  oriented  methodol- 
ogy which  allows  us  to  approach  the  problem  in  a  siiniku-  way 

Approach 

In  our  work,  we  have  t;iken  a  bottom-up  and  incremenuil  design 
iipproach.  By  bottom-up,  we  mean  that  we  generally  st:u1  by 
looking  at  "low-level"  object  function;dity  and  working  up 
towards  more  complex  structures.  For  example,  we  st-uled  the 
vocabuhiry  set  chiss  hy  first  designing  a  vocabuhu^  Hem.  then  a 
vocabul:u7  group,  then  a  vocabuUiry  page  and  then  a  vocabu- 
\my  set.  By  an  incremenuil  design  approach,  we  me;in  that  we 
have  implemented  components  during  the  design  process  to  test 
the  vidiu.ty  of  the  concepts. 

Figure  1.  shows  a  class  hienm:hy  for  the  major  components  of 
LASO.  We  originally  avoided  the  u.sc  of  a  single  hierarchy  and 
preferred  a  collection  of  separate  cUiss  hienirchies.  This  was 
l!u-gely  because  1)  We  did  not  have  a  good  reason  to  link  :dl  of 
the  cla.sses  together,  and  2)  We  wanted  to  minimize  the  coupling 
between  different  class  hierarchies.  Since  then  we  have  moved 
to  a  single  class  hienuxhy  largely  to  support  operations  that 
dynamically  configure  the  system  (this  is  di.scussed  later  in  the 
paper).  All  of  the  major  cla.sses  in  the  system  arc  descendimts  of 
the  LASO-Ohjeel  class.  While  this  docs  i  reiite  a  ainnective  rela- 
tionship between  all  of  the  important  system  modules,  it  dix;s 
not  nccessiu-ily  craite  !ui  undesirable  coupling  effect.  It  only 
requires  ii  developer  to  use  LASO-Ohjet  l  with  ;my  subset  of  the 
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Figure  I .  LASO  Class  Hiorirchy.  AhslnkI  chusses  shown  with  rounded  recuuiglei. 


modules  shown.  Etch  of  the  major  modules  ;ire  briefly  defined 
below: 

Screen  -  The  Screen  class  defines  a  fKirtable  interface  lo  the  host 
systems  graphics  h;irdw;ire  and/or  windowing  system. 
Mapping!  -  This  cI;lss  maps  some  type  of  input  event  into  sonie 
type  of  output  event.  It  includes  liipiii-Oevtee  ;ind  Oulpul- 
PevU  e  clas.'ie.s  which  have  derived  chusses  that  implement  spe- 
cific devices'.  It  also  includes  /'iVrcr  classes  that  are  used  prima- 
rily lo  filter  input  device  signals.  Finiilly  it  includes  a  Selei  lioii- 
Tet  hniqite  cIilss.  Different  selection  techniques  (e.g..  scanning, 
direct. selection)  would  be  implemented  a.s  classes  derived  from 
iVleclion-Technique. 

Vcx:ah  -  The  Vth  abulaiy  class  defini-s  a  data  and  function  for  a 
very  genenil  list  structured  vocabuhu7  set.  It  defines  a  vivabu- 
laiy  item  (Vocab-liem).  group  (\ot  ab-Grpiip)  and  page  (Vnab- 
Pane).  In  addition,  since  one  of  our  sy.stem  requirements  is  that 
editing  buffers  be  accessible  in  the  s;une  way  ;ls  vocabuLvy 
pages,  we  repre.sent  editing  buffers  in  the  Vtn  uhMhMy  clas.s.  We 
define  this  as  a  Pad  and  specify  th;it  it  behave  as  both  an  editing 
program  and  !ls  a  Voeabulary  Page. 

V(X-ahularv-Set  -  This  cI;lss  defines  a  collection  of  Mvabularv 
pages. 

Selector  -  This  class  serves  as  a  major  connection  point  between 
input  (primiuily  through  the  selection  technique),  the  vtvabu- 
liU7  set,  and  output  (primarily  vi;i  the  dispatcher).  It  is  also 
respiinsiblc  for  basic  display  m;inagement  functions  such  as 
deciding  where  to  put  the  Voetih-rtige  and  the  Pad. 
Dispatcher  -  The  Diapau  her  is  responsible  for  pnxessing 
actions  that  are  the  result  of  the  selection  of  a  vocabuliiry  item. 
It  may  .send  the  item  to  the  Pad  or  (if  it  has  a  .script  attached)  to 
the  Inlerpreler. 

Riiie  Enhiincer  -  This  class  consists  of  nite  enhjincement  func- 
tions such  as  word  prediction  and  abbreviation  expansion. 


1.  In  fact  this  is  common  thniugluiut  the  cliLss  hienu'chy.  Anv 
"le;ives"  on  the  tree  that  iu'tf  abslnict  means  that  specific  cla^sc^ 
w  ill  be  derived  from  tliat  class.  For  exiunple.  Inpiil-Devu  < 
defines  an  interface  for  input  devices,  but  s|K-cific  devices  (e.iv. 
loystiok.  mou.se)  will  be  implemented  as  derived  chesses. 


Interpreter  -  This  c1;lss  is  responsible  for  executing  scr.pts  that 
;u-e  typically  atuichcd  to  voaibulary  items. 
This  hier;u-chy  defines  an  overall  structure  that  tflkes  advantage 
of  the  Object  Oriented  feature  of  inheritance.  Each  derived  class 
inherit.s  from  iLs  parent's  datn  and  methods.  When  implemented 
in  C-i-f.  it  idlows  us  to  "plug-in"  difTeren!  modules  and  have  the 
system  behave  cora-ctly  For  ex.'imple.  since  the  class  Seleciion- 
I'ei  lmique  defines  a  common  set  of  methods  for  its  children  we 
can  replxe  a  single  switch  automatic  scanning  class  with  a  sin- 
gle switch  step  .scanning  class  without  affecting  other  parts  of 
the  N\stem. 

Class  Connections 

In  order  to  illusmite  how  the  LASO  classes  arc  used  it  is  easiest 
to  present  an  example  configunition.  A  cla.ss  connection  dia- 
gnim  provides  a  good  view  of  the  relationship  between  cLisscs 
;uid  is  shown  in  Figure  2.  This  dutgrain  a.ssumes  an  event  driven 
model  where  input  device  signals  will  trigger  events  in  the 
Inpui-neuce  class,  and  this  will  drive  the  system.  In  this  exam- 
ple, we  ;u-e  iLssnming  automatic  single  switch  scanning  thit  is 
activated  by  pressing  the  left  mouse  button. 
Inptn  -  When  the  user  pres.ses  the  left  mouse  button,  the  Mnuse 
cliLss  (which  Ls  a  child  of  the  Inpm-Device  cLiss)  will  .send  a 
messiige  to  the  Singte-Hulltm-Filler  c\ass  (which  is  a  child  of  the 
I'ilier  chiss)  notifying  it  th;it  the  mouse  is  pressed  down.  The  fil- 
ter activates  a  timer  for  a  specified  dwell  time.  If  the  timer 
expires  before  the  filter  is  told  that  the  mou.se  button  is  released, 
then  it  sends  notification  to  the  scanning  technique.  The  Sin,i;(f- 
SHiit  h-ScanniT  class  (which  is  a  child  of  tlie  SeteciUm-Tech- 
ntquc  class)  on  notification  of  a  button  press  translates  this  into 
lui  In  niess;igc  that  is  sent  to  the  Selector.  The  scanner  also  acti- 
vates a  timer  that  corre.sponds  to  the  scanning  rale.  If  the  time 
expires  before  a  mouse  pre'.ss  mes.sage  is  re-ceivcd  then  it  sends  a 
Next  message  to  the  Selector. 

Processinii  -  The  Selector  receives  "Navigation"  messages  from 
the  selection  technique.  In  thi.';  exiunple  of  scanning  it  receives  a 
Nc.Kt  message  if  the  scan  rate  timer  elap.ses  and  an  /n  message  if 
the  u.ser  presses  the  switch.  In  the  first  case,  the  Selector  pas,ses 
the  Next  ines,s;ige  on  to  the  Vocah-PoKe  and  then  asks  it  to  high- 
light Itself  (if  the  opcr  lion  was  successful).  In  the  second  case, 
the  .Si  /ci  tor  .asks  the  Vo<  ah-Pcme  if  the  current  ftK"us  is  an  item 
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Figure  2.  EjcmipIc  LASO  Chuss  Connections.  Only  major  connections  :ire  shown  for  clarity  (e.g.,  the  Interpreter 
m;ii mains  connections  to  many  of  the  objects  in  the  system) 


or  a  group.  If  it  is  a  group,  then  it  pas.ses  the  In  inessjige  to  the 
V(H-ab-Pagc  anj  then  a  H;gMghl  message.  If  it  is  iin  item,  then  it 
requests  that  item  anJ  passes  it  on  to  the  Dispatcher,  whose  job 
it  is  to  perform  actions  appropriate  for  that  item.  In  this  ex.un- 
ple.  the  Jefauli  action  is  to  .send  the  item's  representation  to  the 
Pad.  If  there  is  a  script  associated  with  an  item,  then  it  is  passed 
on  to  the  Interpreter.  These  includes  output  operations  such  :ls 
•'Speak  Message"  as  well  as  editing  commands  such  as  "Delete- 
Word". 

I^nte.  F.nhancement  -  In  this  exmnplc.  we  showing  word  pre- 
diction (which  iu-chitectunilly.  is  more  difficult  to  model  thi>n 
abbreviation  expansion).  There  arc  two  major  functions  that 
exist  within  word  prediction;  prediction  ;ind  acceptiince.  Predic- 
tion occurs  when  an  item  is  .selected  and  it  is  added  to  the  Pad. 
At  that  point  the  Pad  notifies  the  Word-Predictor  that  an  inser- 
tion has  occurred  (aiid  what  was  inserted).  The  predictor  updates 
its  list  of  predictions  and  notifies  the  Vncah-Page  of  the  new  list. 
The  page  which  has  special  slots  to  be  filled  with  predictions 
will  then  update  the  display.  When  a  user  selects  from  predicted 
items,  the  Dispatcher  recognizes  that  the  item  is  a  predicted 
item  and  rather  then  .sending  the  item  to  the  Pad  sends  it  to  the 
Predictor  which  replaces  the  word  prefix  with  the  word  (via  a 
me,s.sage  to  the  Pad). 

The  architecture  as  described  provides  the  tixils  necessary  to 
build  a  complete  communication  system  in  C++.  We  have  also 
included  a  mechanism  to  dyrcunically  construct  systems  at  run- 
time. The  LASO-OhJectc\t\ss,  defines  methods  for  re;iding  a  file- 
ta-sed  description  of  the  system  objects  and  their  connections. 
DaUi  specific  to  each  class  includes  parameters  needed  to  in.stiui- 
tiate  the  object  and  a  description  of  the  connection  points.  The 
process  for  dynamically  building  a  system  is  to  first  declare  all 
of  the  system  objc<:Ls  ;ind  tlien  define  the  connections  between 
them.  This  process  can  iil.so  be  accomplished  through  a  suul-up 
script  written  in  Ad.ipt. 

Discus-sion 

We  feci  that  the  lu-chitetture  as  de.scriK-d  provides  a  meiurs  to 
develop  a  wide  range  of  systems  on  a  variety  of  h:irdw;irc  plat- 
forms. The  use  of  object-oriented  progranuning  provides  a  ga'at 
dciil  of  flexibility  through  polymorphism.  In  addition,  it  sup 
[xirts  extensibility  through  the  mechanism  of  inheritiuicc. 


We  iu-c  currently  using  LASO  in-house  to  develop  a  communi- 
cation system  called  Oraphcom  that  support,  photographic 
quality  images  on  a  VGA  di.splay.  We  hope  to  release  a  prelimi- 
n;iry  version  of  the  toolkit  for  use  by  other  developers.  This  step 
will  provide  inv:iluable  feedback  as  our  work  continues.  Finally, 
we  will  continue  to  work  with  the  Comspec  group  to  insure  as 
much  compatibility  with  tlieir  work  !is  is  possible. 
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Abstraet 

Advances  in  computer  technolcigy  have  added  power 
and  flexibility  to  many  augmentative  communication 
systems.  Still,  users  who  rely  on  graphical  represen- 
tation of  vocabulary  sets  have  not  been  able  to  enjoy 
the  same  advances  as  text  ba.sed  users.  New  systems 
can  only  use  abstract  symbol  sets  that  are  inadequate 
for  many  users.  To  overcome  this  limitation,  a  new 
AAC  system,  named  Graphconi,  has  been  developed. 
Graphcom  uses  photographic  quality,  gray-scale 
images  to  display  the  contents  of  the  vocabulary  set. 
This  allows  the  set  to  be  individualized  in  a  way  simi- 
lar to  overlay  systems,  while  taking  advantage  of  the 
dynamic  di.splays  and  speech  output  common  in 
computerized  systems.  New  images  can  be  incorpo- 
rated at  any  time  making  the  sy.stem  very  responsive 
to  the  user.  Speech  output  can  be  added  to  each  image 
or  to  combined  me.ssages  for  the  purpose  of  language 
training  or  functional  communication. 

Background 

Often  an  augme.itative  communication  system  serves 
a  dual  purpce;  that  is,  in  addition  to  serving  as  a 
mean.s  of  e<pression,  it  also  serves  as  a  springboard 
for  languiige  acquisition.  For  individuals  whose 
-symbolization  capabilities  are  not  fully  developed,  it 
is  important  that  the  language  representations  used  on 
systems  are  as  understandable  as  possible.  Not  too 
long  ago,  most  computer-based  augmentative 
communication  systems  had  static  displays  of 
symbols.  The  benefit  to  such  displays  was  that  they 
could  often  be  customized  to  include  whatever  tvpc 
of  symbols  the  user  needed.  These  could  be  the 
alphabet,  line  drawing.s,  photographs,  and  ever  in 
some  cases  actual  objects.  The  drawback  to  these 
static  displays  i.s  that  they  offered  a  relatively  limited 
vocabulary  .set,  and  any  expansion  of  the  vocabulary 
required  a  collection  of  multiple  overlays  that  had  to 
be  maneuvered  in  some  way  onto  the  display  The 
fairly  recent  introduction  of  dynainic  display  devices 
has  .solved  the  problein  of  having  to  physically 
"swap"  overlays,  because  all  overiays  are  accessed 
within  the  sy.stem.  The  new  problem,  however,  is  that 
the  new  systems  are  not  capable  of  displaying  all 
representational  types.  Typically,  the  language  repre- 
sentations on  commercially-available  systeins  arc 
limited  to  black-and-white  line  drawings.  Further- 
more, a  generic  representation  is  intended  to  symbol- 


ize a  wide  variety  of  real-world  exemplars.  For 
example,  the  line  drawing  of  a  glass  could  be  used  to 
represent  ,  'as.s.  drink,  juice,  milk,  thirsty,  or  any 
number  of  other  related  concepts.  The  problem  inher- 
ent in  this  approach  is  that  for  many  individuals,  the 
potential  of  the  generic  representation  for  a  variety  of 
meanings  is  nonexistent  because  the  individual  does 
not  even  recognize  the  line  drawing  of  glass  as  a 
glass.  This  individual's  concept  of  "glass"  may  be 
limited  to  the  Flintstone  glass  that  her/his  caregivers 
routinely  u.se  for  beverages.  Thus,  it  would  be  much 
more  meaningful  to  be  able  to  represent  her/his 
concept  of  "glass"  within  the  system.  A  system  capa- 
ble of  importing  photographic-quality  images  would 
permit  such  representations.  Of  course,  to  provide  a 
two-dimensional  representation  highly  similar  to  the 
actual  object  requires  that  the  system  be  able  to  dupli- 
cate the  size  and  color  of  the  object  as  well  as  to 
preserve  the  essence  of  the  object  by  providing 
photographic-quality  images. 

Rationale 

Graphics  capabilities  on  personal  computers  has 
advanced  significantly  since  tlie  introduction  of  the 
Apple  11  and  IBM  Personal  Computers.  When  IBM 
introduced  its  PS/2  line  of  systems,  it  established  a 
new  graphics  standiird  called  VGA  (Video  Graphics 
Array),  Along  with  improvements  in  high  resolution 
modes  (640x480  by  16  colors^  the  VGA  standard 
provides  a  new  mode  that  is  suitable  for  photographic 
quality  images  (Wilton,  1987).  This  mode  supports 
2.'i6  colors  (out  of  a  palette  of  262,144  colors)  at  a 
resolution  of  .^20  by  200  pixels.  In  addition,  the  VGA 
adapter  can  be  programmed  to  display  64  shades  of 
gray  (at  the  same  resolution).With  the  VGA,  it  is  no 
longer  necessary  to  limit  syinbol  display  to  simple 
"black  and  white"  representation.s.  It  is  the  goal  of 
this  project  to  take  advantage  of  this  new  capability 
and  provide  a  computer-based  AAC  system  that  can 
utilize  gray-scale  photographic  quality  images. 

While  VGA  adapters  can  display  color  images  with 
considerable  quality,  we  have  chosen  to  work  with 
gray-scalo  images  for  the  following  reasons: 

I.  When  using  VGA  in  256  color  mode,  photographic 
images  that  are  captured  typic.'illy  specify  ii  p.ilcltc  that 
optimizes  the  display  for  the  qualities  of  the  image.  While 
lliis  cim  yield  gnod  results  with  a  single  image,  there  is 
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signific!inl  degradatiiin  in  image  qmility  when  multiple 
images  (with  different  piilettes)  are  view  simultiinetiusly. 

2.  Monochrome  image  capture  peripherals  for  PCs  ru-e  rela- 
tively inexpensive. 

3.  Color  displays  are  not  yei  widely  available  on  laptop 
computers.  Those  systems  th;u  support  color  are  expensive. 

The  system  we  will  describe  provides  the  following 
capabilities: 

1.  The  ability  to  capture  gray  .scale  images  inexpensively 
on  a  de.sktop  PC 

2.  The  ability  to  record  speech  for  each  of  the  linages. 

3.  The  construction  of  multi-level  viKabulary  sets  thai  u.se 
the.se  images  and  speech  segments. 

4.  An  AAC  system  that  pre.sents  images  ro  the  u.ser;  allows 
direct  selection  of  these  images;  provides  simple  editing 
functions  and  speech  output. 

We  hope  that  we  have  achieved  these  goals  on  a  hard- 
ware platform  that  can  be  assembled  at  a  reasonable 
cost. 

Design 

This  project  began  as  a  student  design  project  in  a 
rehabilitation  technology  oiiented  computer  science 
course.  While  it  provided  all  of  the  capabilities 
mentioned  above,  its  design  limited  future  extensibil- 
ity. We  have  decided  to  redesign  and  implement  the 
system  in  C-i-i-  which  through  its  support  for  object- 
oiiented  programming  promotes  the  development  of 
more  flexible  and  extensible  code. 

Rather  than  design  the  system  from  "scratch",  we  are 
using  a  preliminary  version  of  LASO  (Library  of 
Adaptable  Software  Objects)  which  is  an  AAC  devel- 
oper's toolkit  (Deinasco  et.  al..  1990).  LASO 
contains  a  hierarchy  of  C-i-i-  classes  that  defines  func- 
tional elements  of  a  software-based  communication 
system.  It  also  provides  a  set  of  intei^aces  or 
"messages"  that  define  how  the  objects  are 
connected.  While  a  complete  description  of  the 
library  is  beyond  the  scope  of  this  paper,  we  would 
like  to  discuss  those  classes  that  were  developed 
specilically  within  this  project. 

Saei'ii  Class  -  The  Screen  Class  defines  a  device 
independent  interface  to  the  underlying  graphics 
hardware.  LASO  currently  provides  Screen  classes 
for  X-Windows  and  Microsoft  Windows.  For  this 
project  we  developed  a  Screen  class  for  DOS-based 
VGA  adapters  using  the  Mcta-Windows  graphics 
library. 

Di'via'  Class  ■  LASO  assumes  an  event  driven  model 
of  input.  To  support  mouse  input  in  a  DOS  environ- 
ment, we  had  to  write  a  specialized  Input  Device 


Class  that  is  tiiggered  off  of  the  DOS  timer. 

Speech  Output  Class  ■  To  support  the  Covox  speech 
board,  we  needed  to  develop  a  LASO  based  interface 
to  the  Covox  library. 

Interpreter  -  LASO  provides  the  Adapt  script  inter- 
preter which  is  based  on  the  LOGO  language.  For 
this  project  we  needed  relatively  simple  command 
processing.  To  conserve  memory  we  developed  a 
simple  command  processor  that  handles  page 
changes,  output  commands  and  other  functions. 

Selector  &  Dispatcher  -  Within  LASO,  the  Selector 
class  handles  basic  display  layout  and  processing  of 
input  messages.  The  Dispatcher  processes  items  that 
have  been  selected.  Simple  variants  on  the  LASO 
supplied  class  were  developed. 

It  should  be  noted  that  most  of  these  new  classes  will 
be  added  to  LASO  and  become  reusable  components 
themselves.  It  is  also  important  to  understand  that  a 
significant  portion  of  Graphcom's  code  has  been 
taken  dirccav  from  LASO.  This  includes  selection 
techniques,  image  support  (images  are  stored  in  the 
TIFF  format)  and  vocabulary  management. 

Development 

The  software  is  written  in  the  C-i-i-  programming 
language  and  runs  on  any  IBM  compatible  with  a 
VGA  adapter.  It  supports  a  wide  range  of  VGA  and 
Super  VGA  cards  including  64()x48()x256.  Screen 
layouts  are  displayed  using  the  Meta Windows  graph- 
ics library. 

The  systetn  displays  one  screenful  of  pictures  at  a 
time,  arranged  in  rows  and  columns.  (Fig.  1)  A 
vocabulary  set  may  contain  several  of  these  arrange- 
ments, called  "pages".  When  using  the  system,  the 
user  moves  between  pages  using  the  "NEXT":  and 
"PREV"  boxes  on  the  screen.  As  pictures  are  chosen, 
they  are  placed  in  the  work  area  at  the  bottom  of  the 
screen.  By  clicking  the  mouse  in  any  iucd  of  this 
workspace,  the  entire  message  is  spoken. 

All  vocabulary  and  menu  items  are  accessed  via 
direct  selection  using  a  mouse.  Mouse  emulator 
systems  can  also  be  used  such  as  the  Headmaster  or 
any  touchscreen  that  provides  mouse  emulation.  Each 
picture  can  have  speech  output  associated  with  it  that 
can  be  used  independently  or  concatenated  with  other 
selections.  Speech  output  is  accomplished  using  the 
Covox  Voice  Master  Key.  This  system  consists  of 
either  plug-in  boards  or  external  boxes  that  can  be 
attached  to  the  printer  port  on  a  laptop  computer. 
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Fig.  I:  Example  of  Graphcom  Screen 


The  "Menu"  option  on  the  screen  provides  access  to 
other  features  of  the  program.  One  of  the  primary 
features  is  the  ability  to  add  new  pictures  to  the 
vocabulary  set.  New  images  are  captured  using  an 
inexpensive  camera  (Electrim  Corp.  EDC-1000 
Computer  Camera)  attached  to  the  computer.  After 
the  image  is  captured,  the  user  simply  indicates 
where  in  the  vocabulary  set  the  new  image  should  be 
displayed  and  the  image  is  automatically  inserted. 
New  images  can  be  captured  and  inserted  at  any  time 
giving  great  flexibility  to  the  content  of  the  vocabu- 
lary set. 

Discussion 

Graphcom  is  designed  to  utilize  the  best  features  of 
other  types  of  communication  systems.  It  uses  the 
concept  of  the  individualized  overlay  systems  by 
incorporating  life-like  images  that  have  meaning  to 
each  specific  user.  At  the  same  time,  it  uses  computer 
technology  for  flexibility,  speed,  and  dynamic 
displays.  The  growing  laptop  market,  with  its  parallel 
improvements  in  video  technology,  has  allowed  a 
system  such  as  Graphcom  to  become  a  reality. 

Graphcom  could  be  used  in  a  variety  of  applications. 
First,  it  could  be  used  as  an  individual  user's  augmen- 
tative communication  system.  Second,  it  could  be 
used  as  a  training  aid  both  for  language  acquisition 
and  communication  aid  use.  Finally,  it  could  be  used 
for  evaluation  to  examine  training  progress  or  deter- 
mine appropriate  interventions. 

With  improvements  in  portable  computer  and  laptop 
technology,  improvements  in  Graphcom  will  be 
explored  as  well.  Efforts  will  continue  to  provide  the 
best  quality  images  possible.  In  addition,  the  ability 
to  scan  images  or  currently  used  symbols  will  be 
added.  This  will  provide  maximum  flexibility  to  the 


vocabulary  set  and  allow  transitions  from  images 
with  which  the  user  is  already  familiar.  Other  future 
improvements  would  be  the  incorporation  of  color 
and/or  animation.  Both  of  these  changes  would 
expand  the  appropriate  client  population  and  possibly 
improve  functional  use  in  those  clients  already  using 
the  system. 

It  is  hoped  that  Graphcom  will  be  transferred  out  of 
the  laboratory  in  its  current  version  in  the  near 
future.Work  in  continuing  on  its  basic  features  and  an 
initial  system,  using  gray-scale  images  with  speech 
output,  should  be  ready  for  transfer  soon.  Our  goal  is 
to  make  the  system  available  to  the  consumer  in  its 
current  form  and  upgrade  the  product  as  technologi- 
cal advances  allow. 
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Abstract 

This  paper  describes  the  development  of  a 
synthesized  child's  voice.  The  voice  has  been 
synthesized  using  a  library  of  diphones 
stored  in  the  Ume  domain.  By  using 
diphones  stored  in  the  time  domain,  the  sys- 
tem has  created  a  voice  that  is  very  realisti- 
cally childlike  and  also  allows  for  an 
unlimited  vocabulary. 

Background: 

Diphones  are  segments  of  speech  that 
extend  from  the  steady  state  of  one  phoneme 
through  the  phoneme  transition  to  the 
steady  state  of  the  next  phoneme.  A  steady 
state  of  a  phoneme  is  considered  the  state  at 
which  the  formants.  or  peak  resonant  fre- 
quencies, remain  consistent.  By  having 
diphones  begin  and  end  at  steady  states, 
they  should  append  together  smoothly.  [1] 
Hence  there  should  be  no  need  for  complex 
algorithms  to  model  the  transitions  that  a 
phoneme-based  synthesizer  would  need. 
Since  there  are  a  limited  number  of  pho- 
nemes in  American  English  (and  any  lan- 
guage), only  a  limited  number  of  phoneme 
transitions  exist.  Therefore,  a  complete 
diphone  inventory  would  require  a  limited 
amount  of  memory,  yet  allow  for  an  unlim- 
ited vocabulary.  [2] 

For  this  synthesizer,  the  diphone  segments 
were  stored  in  the  time  domain.  Storing  the 
diphones  in  the  Ume  domciin  means  that  the 
waveforms  were  recorded  and  digitized  with 
very  little  manipulation  other  than  filtering. 
In  this  way  almost  all  of  the  original  infor- 
mation in  the  waveform  is  retained.  There- 
fore all  the  information  that  makes  a  voice 
unique  would  be  retained  in  the  stored 
waveform. 

Statement  of  the  Problem: 

The  goal  of  the  authors  was  to  create  a  syn- 
thesized child's  voice  that  was  realistic, 
highly  intelligible  and  unlimited  in  vocabu- 
lary, yet  had  limited  memory  requirements 
for  use  In  communication  devices.  To 
datcllttle  research  has  been  done  with  chil- 


dren's voices.  This  is  largely  due  to  the 
higher  frequencies  In  children's  voices  than 
in  adult  female  and  especially  adult  male 
voices.  The  relationship  between  formant 
values  In  children's  voices  is  also  different 
than  In  adult  voices.  Hence  a  lot  of  the 
research  being  done  with  male  voice  synthe- 
sis has  limited  application  to  the  creation  of 
children's  synthesized  voices.  Yet  there  is  a 
most  definite  need  for  children's  voices  in 
communication  devices.  Many  such  devices 
are  used  in  school  systems,  and  it  is  inap- 
propriate for  a  6-year-old  girl  with  limited 
vocal  abilities  to  be  communicating  with  a 
40-year-old  male  voice.  The  authors  felt 
there  was  a  strong  need  for  a  high  quality 
child's  synthesized  voice. 

Design: 

The  design  of  the  child's  voice  consists  of  3 
parts:  The  creation  of  a  library  of  diphones; 
the  development  of  a  system  for  converting 
orthographic  text  into  its  phonemic  counter- 
part; and  a  method  for  appending  the 
diphones  together  to  create  synthesized 
speech. 

Development  and  Rationale: 

The  creation  of  a  library  qfdiphones: 
The  creation  of  a  library  Is  a  tedious  and 
time  consuming  process.  First,  an  inventory 
of  all  possible  phoneme  transitions  neces- 
sary for  an  unlimited  vocabulary  was  devel- 
oped. Originally,  only  diphones  were  going 
to  be  used  for  the  inventory.  However,  cer- 
tain sounds  are  highly  influenced  by  their 
surrounding  sounds  and  have  no  consistent 
steady  state.  To  improve  the  quality  of  syn- 
thesized speech  that  uses  these  sounds,  it 
was  decided  that  these  sounds  should  be 
included  in  the  inventory  as  polyphones. 
These  sounds  were  also  included  in  the 
invcniory  as  diphones  as  a  backup  )n  order 
to  maiiitciin  the  unlimited  potential  of  the 
voice. 

After  the  inventory  of  diphones  and  poly- 
phones was  developed,  a  list  of  carrier  words 
containing  all  those  diphones  and  poly- 
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phones  was  generated.  A  7  year  old  girl  with 
normal  speaking  abilities  was  selected  as 
the  voice  prototype  and  recorded  saying 
each  word  twice  onto  digital-audio  cassettes 
in  a  sound  booth.  The  recordings  were  fil- 
tered using  a  bandpass  filter  with  cutoffs  of 
8kHz  and  lOOHz.  The  recorded  words  v/ere 
then  digitized  using  a  sampling  frequency  of 
20.2k.  The  large  bandpass  and  high  sam- 
pling rate  were  chosen  because  of  the  higher 
frequencies  in  a  child's  voice,  and  also 
because  it  allows  some  room  for  waveform 
manipulation  without  any  detectlble  loss  of 
quality  in  its  sound. 

Once  the  carrier  words  were  digitized,  their 
corresponding  dlphones  or  polyphones  were 
manually  extracted,  labelled,  and  stored  as 
time-domain  waveforms  in  the  dlphone 
Inventory.  The  library  was  stored  on  a  Sparc 
workstation  and  extracted  using  EDW, 
which  is  public  domain  waveform  editing 
software  written  by  Dr.  H.  T.  Bunnell.  The 
dlphones  and  polyphones  were  extracted 
using  a  set  of  rules  that  were  based  on  the 
type  of  sound  being  cut.  For  Instance, 
because  coartlculatlon  effects  are  more 
likely  to  affect  previous  sounds  than  follow- 
ing sounds,  vowel  sounds  were  extracted  at 
the  very  beginning  of  their  steady  states. 
Some  of  the  extraction  rules  also  allowed  us 
to  control  simple  prosodlc  components  of 
speech.  For  Instance,  certain  extraction 
rules  allowed  us  to  compensate  for  the 
longer  duration  of  most  phoneme  sounds  at 
the  ends  of  words. 

The  development  of  a  text-to-phoneme  sys- 
tem: 

The  central  focus  of  our  text-to-phoneme 
system  is  a  large  list  of  words  and  their 
associated  phonemic  representations  stored 
in  a  dictionary  file.  A  set  of  mles  for  con- 
verting text  into  its  phonemic  representation 
was  also  Included  as  a  backup  to  the  dictio- 
nary. The  choice  of  including  a  large  phone- 
mic dictionary  rather  than  develop  a 
complex  and  comprehensive  set  of  conver- 
sion rules  was  made  for  a  number  of  rea- 
sons. The  first  and  most  obvious  is 
accuracy.  Each  word  stored  in  the  dictio- 
nary will  obviously  have  the  correct  pronun- 
ciation because  it  is  stored  with  the  correct 
pronunciation.  Storing  the  phoriemlc  repre- 
sentations of  words  also  allows  the  storage 
of  some  simple  stress  information  about 
multisyllabic  words.  In  this  way,  the  correct 


syllables  are  stressed  and  deemphaslzed, 
greatly  Increasing  the  Intelligibility  of  the 
multisyllabic  words.  The  large  size  needed 
for  a  somewhat  comprehensive  dictionary  is 
much  less  of  an  issue  than  it  was  in  the  past 
because  memory  has  become  cheaper  and 
more  compact  over  time.  There  is  no  indica- 
tion that  this  trend  will  reverse  Itself  As  a 
result,  the  necessity  for  creating  a  compre- 
hensive set  of  rules  for  converting  text  to 
r>honemes  seems  less  Important.  The  final 
rationale  for  choosing  to  emphasize  the  dic- 
tionary rather  than  the  rules  was  efficiency. 
The  English  language  is  filled  with  excep- 
tions to  the  rules  for  proper  pronunciation. 
It  is  almost  impossible  to  develop  a  system 
for  converting  text  to  phonemes  without  a 
dictionary  of  words  that  do  not  follow  the 
rules  unless  the  rules  become  so  compre- 
hensive that  they  Included  one  rule  for  each 
word  that  does  not  follow  the  rules.  How- 
ever, most  systems  (including  ours)  do 
Include  an  exception  dictionary  along  with 
the  rules.  Since  the  exception  dictionary  is 
searched  first,  and  the  rules  second,  the 
system  would  be  faster  if  all  of  the  most 
commonly  used  words  In  English  were 
Included  in  the  exception  dictionary.  In  this 
way,  frequently  used  words  are  converted  to 
phonemes  quickly  rather  than  first  searched 
for  in  the  exception  dictionary,  and  then 
broken  down  by  the  rules  each  time  they  are 
used. 

Although  the  previous  arguments  would 
suggest  that  conversion  rules  were  becom- 
ing almost  superfluous,  they  are  still  neces- 
sary if  the  system  is  going  to  accomodate  an 
unlimited  vocabulary.  So  this  system 
Included  a  back-up  set  of  rules.  These  rules 
are  based  on  rules  developed  by  the  Naval 
Research  Laboratory  in  Washington,  D.C. 

Development  of  a  method  for  appending 
diphones: 

In  theory  dlphones  should  append  together 
smoothly  with  no  manipulations  necessary. 
Since  both  the  beginning  and  ending  of  the 
dlphone  should  be  at  steady  states  of  their 
phonemes,  and  since  the  formant  values  in 
a  phoneme  should  be  consistent  for  each 
speaker,  matching  dlphones  at  phoneme 
steady  states  should  lead  to  natural  sound- 
ing transitions.  Unfortunately,  phonemes  in 
speech  are  not  this  consistent.  The  most 
obvious  reasons  for  this  are  pitch  differ- 
ences. If  the  pitch  of  one  dlphone  is  different 
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from  the  pitch  of  the  diphone  to  which  it  is 
being  appended,  the  resulting  speech  will 
have  an  unnatural  sounding  click  in  it. 
Another  reason  diphones  do  not  always 
match  up  smoothly  is  because  of  coarticula- 
tlon  effects.  If  one  phoneme  is  influenced  by 
one  set  of  sounds,  and  another  phoneme  is 
influenced  by  another  set  of  sounds,  their 
formant  values  will  be  slightly  misaligned 
when  they  are  appended  together.  If  the  mis- 
alignment is  great  enough,  the  resulting 
speech    will    again     sound  unnatural. 
Diphones  also  may  not  append  smoothly 
because   of  amplitude  differences.  As  a 
result,  it  was  necessary  to  develop  a  method 
for   smoothing  the   diphone  boundaries. 
Since  the  diphones  were  stored  and  played 
back  in  the  time  domain,  the  smoothing  had 
to  be  in  the  time  domain  as  well. 
The  first  and  easist  step  taken  to  help 
smooth  the  diphone  boundaries  was  to 
adjust  the  amplitudes.  The  amplitudes  were 
all  adjusted  to  an  average  of  67db  using  a 
multiplication  factor. 

The  next  step  was  to  smooth  the  pitch  differ- 
ences. This  was  accomplished  by  first  locat- 
ing one  pitch  period  at  the  ends  of  the 
diphones  being  appended.  The  average  pitch 
of  these  two  pitch  periods  was  then  deter- 
mined, and  each  pitch  period  was  progres- 
sively time  warped  to  the  average  pitch. 
These  adjusted  pitch  periods  were  then 
appended  in  between  the  two  diphones.  cre- 
ating a  smooth  pitch  ramping  between  the 
two  diphones. 

Discussion: 

The  synthesized  speech  resulting  from  this 
system  is  very  high  quality,  natural  sound- 
ing, and  intelligible.  It  is  very  obviously  a 
child's  voice,  and  even  identifiable  as  the 
child  whose  voice  was  recorded. 
This  system  bypasses  many  of  the  problems 
associated  with  the  development  of  a  child's 
voice  by  incorporating  frequencies  up  to 
8kHz  and  by  doing  almost  no  analysis  to  the 
diphones.  The  wide  bandwidth  more  than 
allows  for  the  higher  frequencies  in  a  child's 
voice.  By  storing  the  diphones  in  the  time 
domain,  there  was  no  need  to  worry  about 
formant  relations  particular  to  a  child's 
voice. 

Certain  aspects  of  the  system  need  to  be 
developed  further.  In  order  to  create  a  child's 
voice.  It  was  necessary  to  record  a  child. 
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Children  are  less  likely  to  enunciate  clearly 
than  adults.  Children  are  also  less  able  to 
maintain  a  consistent  pitch.  It  would  be 
desirable  to  have  a  child  sit  up  straight  and 
still  at  a  uniform  distance  from  the  micro- 
phone when  recording.  Children  do  not  sit 
straight,  still,  or  uniformly  for  very  long.  As 
a  result,  recordings  can  have  very  different 
pitches,  amplitudes,   and  frequencies  in 
them.  Therefore  the  method  for  smoothing 
between  diphones  cut  from  these  recordings 
must  be  much  more  robust.  The  current 
system  does  compensate  for  amplitude  and 
pitch   differences.   However,   it  does  not 
adjust  the  overall  pitch  and  amplitude  pat- 
tern of  the  synthesized  speech,  and  does 
very  little  to  compensate  for  unmatched  for- 
mant values  caused  by  poor  enunciation 
and  coartlculatlon  effects.  So  the  pitch, 
amplitude,  and  formant  values  can  change 
at  each  diphone  boundary.  The  resulting 
speech  could  have  very  unnatural  frequency 
and  amplitude  contours. 
A  similar  issue  is  the  prosodic  information 
contained  in  the  synthesized  utterance.  The 
current  system  incorporates  very  little  pros- 
ody. Work  should  be  done  on  imposing 
pitch,  amplitude,  and  duration  changes  into 
the  synthesized  speech  at  syllable,  word, 
and  even  phrase  boundaries. 
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ABSTRACT 

Parlante,  which  means  one  who  speaks  in  Spanish,  is 
a  system  designed  to  convert  Spanish  orthographic 
text  to  intelligible  Spanish  speech,  Parlante  can  be 
incorporated  into  a  communication  device  so  that 
individuals  with  severe  speech  impairments  can 
converse  in  a  Spanish-speaking  community.  One  of 
the  essential  components  of  a  text-to-speech  system  is 
intonation  assignment.  The  focus  of  this  paper  is  to 
provide  an  understanding  of  a  system  which 
automatically  assigns  pitch  contours  to  synthesized 
Spanish  speech. 

BACKGROUND 

A  very  useful  tool  for  human/computer  interaction  is 
speech  synthesis,  Technology  has  made  it  possible  to 
produce  synthesized  voices  which  can  be  used  in  tele- 
communications, user  interfaces,  as  well  as  devices 
for  disabled  individuals  (especially  those  who  are 
speech  and  visually  impaired).  Synthesized  speech 
can  be  obtained  by  implementing  a  tex'-to-speech 
algorithm.  Systems  which  follow  this  approach  have 
been  around  for  some  time  now.  Among  them  are 
MITalk  [1],  Spanish  text-to-speech  system  |51  and  an 
English  system  explained  in  [11].  The  system 
described  in  this  paper,  Parlante,  also  uses  a  rule- 
based  algorithm  to  translate  the  onhographic  input 
into  an  acoustic  signal  following  the  letter-to-sound 
rules  of  the  Spanish  language, 

STATEMENT  OF  THE  PROBLEM 

The  problem  with  many  systems  is  that  the  resultant 
synthesized  speech  is  unnatural.  Oftentimes  prosodic 
features  of  speech  utterances  are  not  considered. 
These  features  are  important  because  they  affect  ex- 
pressions as  a  whole  instead  of  independent  segments. 
Without  prosody,  speech  is  very  monotonous,  and  it 
lacks  rhythm.  Among  the  prosodic  features  are  inten- 
sity, rhythm  and  intonation.  At  this  stage  of  develop- 
ment, intonation  is  the  only  prosodic  feature 
incorporated  into  Parlante. 

RATIONALE 

As  the  number  of  Spanish  speakers  in  the  United 
States  continues  lo  grow  in  number,  so  docs  the  need 
for  Spanish  speech  synthesis  devices.  Since 
information  pertaining  to  Spanish  speech  synthesis  is 


scarce  and  very  difficult  to  obtain,  further 
investigation  in  this  area  is  necessary, 

DESIGN 

Parlante 's  general  architecture  is  illustrated  in  Figure 
I.  The  three  main  phases  of  the  system  include  text- 
to-phonemc  translation,  intonation  assignment  and 
speech  synthesis. 


i 

Phonetic 
Translation 

Stress 
Assif>nmcnl 

Syllable 
AssiRnment 

Texl-to-Phoncmc  Translation 

t 

Intpnation 
Assignment 

,       t  , 

Speech 
Synthesis 

t 

Speech 

Figure  1:  Parlante's  General  Architecture 

The  text-to-phoneme  module  converts  the  onho- 
graphic text  into  its  phonetic  translation  using  letter- 
to-sound  rules  of  the  Spanish  language.  These  rules 
are  based  on  those  described  in  [3],  After  obtaining 
the  phonetic  representation,  stress  and  syllable 
markings  are  applied  to  the  phonetic  representation. 
This  first  phase-text-to-phoneme  translation-is 
discussed  thoroughly  in  [6,  8).  The  next  procedure 
assigns  a  pitch  contour  to  each  word,  phrase  or 
sentence  entered  into  the  system.  Finally  a  cascade 
formant  synthesizer  takes  a  set  of  parameters  influ- 
enced by  rules  governed  by  the  prosodic  features  and 
produces  speech  output. 

Automatic  Intonation  Assignment 
Intonation  is  related  to  variations  in  the  fundamental 
frequency  of  pitch  associated  with  an  utterance.  Ii 
depends  on  whether  or  not  the  intended  utterance  is  a 
question,  exclamation  or  declaration.  Intonation  also 
depends  on  the  mood  or  emotional  state  of  the 
speaker.  There  are  language  independent  intonation 
tendencies  |3,  9];  howevei,  the  intonation  of  Spanish 
has  its  own  language  dependent  trends. 

The  routines  necessary  to  produce  a  synthesized 
speech    signal    including    uiiiomatic  intonation 
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assignment  are  shown  in  Figure  2. 

Syllable  Stress  Assignment 
Syllabic  Pitc^  Assignment 
Diphonc  Pitch  Assignment 
Diphone  IntonaUon  Assignment 
ASCII  to  Bin^  Conversion 
Header  Assignment 
Synthesis 

Figure  2:  Phases  of  the  Automatic  Intonation 
Assignment  Routine 

At  present,  the  program  worics  for  single  words  input 
to  the  system  in  addition  to  phrases  or  sentences  with 
certain  intonation  patterns.  Not  every  Spanish  sen- 
tences entered  to  the  system  will  end  up  with  the  cor- 
rect intonation  contour. 

DEVELOPMENT 

Syllable  Stress  Assignment 

One  of  three  levels  are  assigned  to  a  given  syllable. 
Unstressed  syllables  receive  a  stress  level  of  0,  sylla- 
bles with  primary  stress  get  the  value  1  and  those  with 
secondary  stress  are  assigned  2.  These  values  are  used 
to  assist  the  syllable  pitch  assignment  procedure.  The 
following  is  an  example  of  the  syllable  stress  values 
assigned  to  the  word  amigo. 

A         MI  GO 
0  2  0 

Syllable  Pitch  Assignment 

The  next  step  is  to  assign  pitch  levels  to  each  syllable. 
Values  range  from  1  to  5,  where  1  is  the  highest  pitch, 
4  is  the  lowest,  and  5  represents  pitch  levels  of  sylla- 
bles with  secondary  stress  (only  those  adverbs  ending 
with  -mente)  whose  frequency  value  is  between  2  and 
3.  Two  algorithms  which  are  explained  in  [7]  are  con- 
sidered depending  on  whether  the  user  input  a  single 
word,  or  a  sentence  or  phrase.  Here  is  the  syllable 
pitch  values  of  the  word  amigo. 

A         Ml  GO 
3  2  4 

Diphone  Pitch  Assignment 

Once  the  syllable  pitch  levels  arc  determined,  another 
algorithm  maps  these  pitch  levels  to  a  corresponding 
frequency  in  hertz  to  each  diphone  of  the  word, 
sentence  or  phrase.  The  frequency  value  varies, 
depending  on  the  desired  age  and  gender  of  the  syn- 


thesized voice.  Two  frequency  values  are  associated 
with  each  diphone.  After  mapping  the  pitch  level  to  its 
corresponding  frequency  value,  a  diphone  structure  is 
created. 

For  each  diphone  which  ends  in  a  vowel,  a  frequency 
of  5  heru  is  added  to  the  fl  value  of  the  first  diphone 
containing  that  vowel.  A  frequency  of  5  hertz  is  sub- 
tracted from  the  J2  value  of  the  successive  diphone 
which  begins  with  that  same  vowel,  since  a  slight  dec- 
lination at  the  syllable  level  occurs  [7].  The  following 
is  an  example  of  the  diphone  structure  associated  with 
the  word  amigo. 


Diphone 

fl 

f2 

Oa 

120 

115 

am 

115 

110 

mi 

135 

130 

ig 

130 

125 

go 

105 

100 

oO 

100 

95 

Diphone  Intonation  Assignment 
An  additional  procedure  scales  the  values  obtained  in 
the  diphone  intonation  assignment  routine  into  an 
ASCII  file.  This  file  contains  the  parameters  which 
are  later  used  to  synthesize  the  concatenated  speech. 
The  columns  of  this  file  include  the  estimation  of  fun- 
damental frequency. 

The  -procedure  begins  by  performing  a  fomiant 
analysis  of  the  diphones,  which  correspond  to  the  text 
entered  by  the  user,  using  the  WAVES+  formant 
command.  Two  files  are  produced  with  the  extensions 
.jO.!iig  (fundamental  frequency  information)  and 
.fb.sig  (formant  information).  The  scaling  algorithm 
used  to  alter  the  fundamental  frequency  values  of  the 
.f0.sig  file  is  explained  in  [7].  This  algorithm  scales 
the  fundamental  frequency  values  in  a  linear  path. 

ASCII  to  Binary  Conversion 
The  file  created  by  the  diphone  intonation  assignment 
procedure  must  be  converted  from  an  ASCII  file  to  a 
binary  file.  This  is  done  by  the  put_ddata  function  of 
the  Entropic  Signal  Processing  System  (ESPS) 
software  utility. 

Header  Assignment 

One  last  feature  is  required  to  complete  the  new 
binary  file.  Files  with  a  .f0.sig  extension  usually  have 
an  associated  header  file.  Headers  are  obligatory  for 
the  purposes  of  this  project  because  it  provides  a 
facility  to  downsample  the  speech  wave  files.  The 
sampling  rate  of  the  Spanish  diphones  is  20,2(X) 
samples  per  second,  which  is  not  compatible  with  the 
rate  expected  by  ESPS  (10,000  samples  per  second). 
Synthesis 
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The  last  step  of  the  automatic  intonation  assignment 
module  is  to  synthesize  the  concatenated  speech  with 
the  new  intonation  contours.  This  is  done  by  using  a 
source  coding  cascade  fomiant  synthesis  program. 
The  flies  with  the  .fO.sig  and  fb.sig  extensions  are  two 
of  the  parameters  of  the  synthesis  program. 

EVALUATION 

The  quality  of  synthesized  Spanish  speech  was 
evaluated  from  13  different  Spanish  proverbs. 
Compared  to  the  pitch  contour  of  the  speech  obtained 
by  simply  concatenating  diphones,  the  contour  of  the 
resultant  speech  using  the  automatic  intonation  as- 
signment routine  is  much  more  natural  sounding. 


-A 


Figure  3:  Intonation  Contour  of  Diphone  Concate- 
nation 


:AM — ^  1,11  .  iJA...-m- 


P^igure  4:  Intonation  Contour  with  Automatic  In- 
tonation Contour  Assignment 


.f,U — LJ — LI) — Ul  UL 
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Figure  S:  Intonation  Contour  of  Natural  Speech 

Figure  3  shows  the  pitch  contour  of  time-domain 
diphone  concatenation.  The  frequency  range  of  each 
word  of  the  phrase  falls  within  the  same  inter\'al  and 
is  therefore  monotone  in  nature.  The  intonation 
contour  of  Figure  4  is  much  closer  to  the  original 
phrase,  which  is  shown  in  Figure  5  because  it 
includes  the  natural  tendencies  of  rising  on  the  last 
content  word  and  sentence  final  falling  on  the  last 
word  of  the  phrase.  The  above  figures  all  correspond 
to  the  proverb:  El  que  espera.  desespera. 

DISCUSSION 

Even  though  Parlante  produces  satisfactory  results, 
future  development  is  needed.  The  system  lacks  many 
of  the  text  preprocessing  concerns  such  as  number, 
abbreviation  and  acronym  expansion.  Also,  Parlante 
does  not  consider  two  of  the  three  prosodic  features: 
rhytl  m  and  intensity  assignment.  Finally,  testing  and 
analyzing  phases  must  be  added  to  complete  the 
system.  The  method  of  (2]  emphasize  the  importance 
of  testing  the  system  for  pronunciation  accuracy  as 


well  as  naturalness.  Listening  experiments  like  the 
ones  mentioned  in  [4,  10]  describe  the  techniques 
used  to  analyze  the  synthesized  speech  output. 
Natural  language  continues  to  be  the  preferred 
medium  for  human/computer  interaction.  Further 
research  in  the  field  of  speech  synthesis  will  continue 
to  enhance  the  quality  of  existing  speech  output 
devices. 
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ABSTRACT 

A  speech  synthesis  device  that  is  designed  to  meet  the 
needs  of  severely  dysarthric  speakers  or  those  who  are 
unable  to  speak  will  be  proposed.  Background  infor- 
mation describing  parallel  formant  synthesis  and  the 
diphone  inventory  to  be  used  will  be  presented.  An  al- 
gorithm to  calculate  parameters  needed  to  run  the  syn- 
thesizer will  be  given.  The  device  itself  will  be 
described  with  an  update  of  the  progress  made  on  its 
development.  An  evaluation  of  the  quality  of  speech 
that  the  device  produces  will  follow, 

BACKGOLND 

Diphone  Inventory 

A  diphone  is  defined  as  a  segment  of  speech  that 
forms  the  transition  between  two  adjacent  phonemes. 
Speech  is  recorded  and  diphones  are  then  extracted 
from  the  time  domain  waveform  and  stored  in  an  in- 
ventory. There  are  approximately  2800  diphones  used 
in  the  English  Language.  Diphones  can  then  be  con- 
catenated to  create  synthesized  speech.  The  advantage 
of  using  diphones  is  that  it  allows  for  an  unlimited  vo- 
cabulary and  it  eliminates  the  need  for  complicated  al- 
gorithms that  are  used  to  handle  the  transition 
between  phonemes  [1].  Diphones  will  be  used  in  the 
speech  device  described  in  the  design  .section. 

Formant  Frequencies 

The  vocal  tract  acts  as  a  resonant  cavity  causing  am- 
plification of  some  frequencies  and  attenuation  of  oth- 
ers(2].  In  speech,  the  peak  resonant  frequencies  are 
referred  to  as  fonnant  frequencies.  These  frequencies 
vary  as  the  shape  of  the  vocal  tract  changes.  Speech 
signals  can  be  partially  characterized  by  a  reasonably 
small  number  of  fonnant  values  (typically  3  to  5  for- 
mants).  Speech  synthesizers  using  analog  or  digital 
resonators  tuned  to  formant  frequencies  have  been 
shown  to  produce  reasonable  speech  output.  Exam- 
ples of  these  are  the  VOTRAX  and  DECTALK, 

Parallel  Formant  Synthesis 

Formant  synthesizers  model  the  formant  frequencies 
of  the  vocal  tract.  Each  formant  is  modelled  by  a  res- 
onant filter  that  is  excited  by  a  periodic  function 
which  attempts  to  model  the  vibration  of  the  vocal 
chords  (this  is  called  a  pitch  period  or  glottal  pulse) 
and/or  random  noise  which  models  turbulence  that  is 
cau.sed  by  constrictions  in  the  vocal  tract.  The  pitch 


period  repre.sents  voiced  sounds  (such  as  a  vowels) 
and  the  random  noise  represents  unvoiced  sounds 
(such  as  the  s  or  f  sound).  In  parallel  formant  synthe- 
sizers, the  resonators  are  place  in  parallel  so  that  their 
sum  produces  the  speech  output  [3]. 

Frequency  domain  synthesizers  were  developed  as  an 
alternative  to  time  domain  waveform  encoders  in  or- 
der to  decrease  the  data  rate.  Instead  of  having  to  store 
huge  time  domain  waveform  data  files,  formant  syn- 
thesizers "attempt  to  preserve  the  short-term  frequen- 
cy spectrum  of  the  signal"  which  changes  slowly  with 
time  and  therefore  the  update  rates  of  the  frequency 
parameters  are  much  lower  than  that  of  time  domain 
.synthesizers  |3]. 

In  order  to  model  the  vocal  tract  in  the  frequency  do- 
main, a  transfer  function  is  written  that  describes  the 
relationship  between  the  output  volume  velocity  at  the 
lips  to  the  input  volume  velocity  at  the  glottis.  Each 
term  in  the  transfer  function  contains  information 
about  a  particular  formant  frequency.  The  transfer 
function  can  be  expressed  as  a  product  of  these  terms 
as  in  the  ca.scade  formant  .synthesis  method.  In  the 
parallel  formant  synthesis  method,  the  transfer  func- 
tion is  expressed  as  a  sum  of  terms.  Equation  (I) 
shows  the  tran.sfer  function  in  parallel.  Each  term  in- 
cludes the  formant  frequency  (fn),  the  bandwidth  of 
the  frequency  (bn)  and  the  amplitude  (An)  of  the  fre- 
quency.[4] 

(„H,s)=  ^^iil^   .  ^  .. 

.s--(-bis-(-fi-         .S'-t-  b2S  +  f2= 

When  the  parallel  method  is  implemented,  the  band- 
width is  u-jually  chosen  to  be  coastant  for  all  terms. 
The  fonnant  frequencies  and  the  amplitudes  of  those 
frequencies  must  be  specified.  In  most  cases,  no  more 
than  the  first  five  terms  of  the  transfer  function  are 
u.sed  since  they  contain  enough  infonnation  to  .synthe- 
size speech  without  a  detectable  change  in  quality. 

STATEMENT  OF  PROBLEM 

A  speech  synthesis  device  is  needed  for  people  with 
disabilites  that  includes  the  following  features: 

•  hi  piirlabic 

•  nin.";  at  a  rca.snnable  bil  nilc 

•  can  be  pmgraiiiined  to  S]Ki\i,  a  pariiculiir  voice 

•  pnHluccs  a  voice  with  ihal  Is  'natural'  sounding 
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•  is  inexpensive 

•  has  an  unlimited  vocabulai>' 

RATIONALE 

A  person  who  is  severely  dysarthric  or  who  is  unable 
to  speak  has  need  of  a  device  that  will  allow  effective 
communication.  There  should  be  few  restrictions  on 
the  type  of  voice  to  use.  If  a  person  knows  that  he/she 
will  be  losing  his/her  voice  due  to  surgery  or  progres- 
sive disease,  he/she  can  have  their  voice  recorded  be- 
fore they  lose  it.  The  synthesizer  can  then  be  modelled 
after  his/her  own  voice.  The  bit  rate  must  be  fast 
enough  so  that  speech  can  be  produced  in  close  to  real 
time.  It  should  be  as  natural  sounding  as  possible. 

DESIGN 

The  Proposed  Device 

The  device  will  consist  of  frequency  domain  parame- 
ters of  the  diphone  inventory  stored  in  memory,  a  pro- 
cessing unit  that  includes  a  text  to  speech  algorithm,  a 
parallel  input/output  device,  a  parallel  formant  syn- 
thesizer and  an  amplifier,  (see  figure  1)  


MEMORY 


(DIPHONE  N 
INVENTORY  ) 
PARAMETERS  J 


PROCESSING 

uNrr 


PARALELL 
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Figure  1 


DEVELOPMENT 


For  each  10  millisecond  (ms)  frame  of  speech,  twelve 
parameters  are  fed  to  the  synthesizer.  They  include 
formant  frequencies,  the  amplitudes  or  intensities  of 
the  formant  frequencies,  the  degree  of  voicing,  and 
the  pitch  of  that  frame.  The  source  of  excitation  in  the 
LSI  parallel  synthesizer  comes  from  a  random  noise 
generator  and  from  a  periodic  glottal  pulse  generator. 
The  random  noise  generator  models  the  unvoiced 
parts  of  speech  since  they  are  non-periodic.  Voiced 
speech  is  modelled  by  a  periodic  pulse  generator 
which  provides  a  waveform  that  mimics  the  natural 
glottal  pulse. 

There  is  a  voicing  switch  that  controls  the  degree  of 
voicing  of  a  particular  frame  of  speech.  Excitation 
mixers  combine  the  voiced  and  voiceless  signals  to- 
gether in  order  to  account  for  the  overlap  that  occurs 
in  natural  speech.  When  voiced  and  unvoiced  sounds 
are  mixed,  it  is  typical  that,  the  lower  formants  are 
largely  voiced  and  that  the  higher  formants  are  largely 
unvoiced.  In  the  LSI  Parallel  Formant  Synthesizer, 
each  excitation  mixture  filter  receives  a  common  de- 
gree of  voicing  value.  Each  excitation  filter  has  a  dif- 
ferent mixing  fraction  that  determines  the  ratio  of 
voiced  to  unvoiced  speech  that  particular  resonator 
will  receive[5].  Figure  2  shows  a  schematic  of  the  LSI 
Parallel  Formant  Synthesizer  developed  by  Holmes 
[61. 


LSI  Parallel  Formant  Synthesizer 

The  LSI  synthesizer  was  chosen  for  the  following  rea- 


sons: 


its  small  size  (the  unit  measures  2  x  2.5  inches)  which 
will  help  to  make  the  device  portable 
it  uses  a  low  bit  rate  (6000  bits  per  second  compared  to 
120,000  bits  per  second  in  the  time  domain) 
the  diphone  frequency  parameters  can  be  stored  instead 
of  storing  the  entire  digiuU  time  domain  waveform  ( 1 .50 
bytes/diphone  for  frequency  parameters  compared  to 
3kbytes/diphone  for  time  domain  waveform) 
it  allows  for  control  of  pitch  which  can  help  to  improve 
the  naturalness  of  the  speech 
.  the  amplitudes  of  the  form;int  frequencies  can  be  iiltered, 
allowing  control  of  vocal  effort  iuid  the  ability  to  account 
for  the  antiresonant  effect  of  the  nasals  151 


Figure  2 

Calculating  Parameters  to  Run  the  Synthesizer 

In  order  to  get  the  synthesizer  to  run  optimally,  the 
correct  parameters  must  be  chosen: 

Finrtin^  Pitc*',  ^"rm^nt  Frpquencies  and  Degree  of. 
Voicing 

The  Entropic  Signal  Processing  System  (ESPS) 
(copyright  1990  Entropic  Research  Laboratory,  Inc.) 
is  used  because  of  its  accurate  formant  tracking  pro- 
gram. We  use  it  to  generate  formant  frequencies,  pitch 
and  degree  of  voicing  for  each  10  ms  frame  of  speech. 
This  information  is  fed  to  the  LSI  synthesizer. 
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An  Algorithm  for  Calculaiiiiy  Amnlitudf  Values 


Text  to  Speech  Algorithm 


The  amplitudes  or  intensities  of  each  formant  frequen- 
cy for  each  10  ms  frame  of  speech  must  be  specified 
when  using  parallel  synthesis.  These  amplitudes  must 
be  chosen  carefully  or  distortion  can  occur.  The  au- 
thors have  developed  a  program  to  calculate  the  am- 
plitudes using  MATLAB  (copyright  19«5-19«9,  by 
The  MathWorks,  Inc.).  The  steps  to  calculate  the  am- 
plitudes are  as  follows: 

1.  Create  a  matrix  of  overlapping  vectors  of  lenglli  S12. 
The  center  of  eacli  vector  ciint;iins  tlie  time  domain  data 
from  10  ins  of  speech.  The  matrix  size  is  S12  x  Sframes 
of  speech. 

2.  Each  vector  is  multiplied  hy  a  hamming  window  in  order 
to  decrejLse  distortion  when  the  fast  fourier  transform 
(FFT)  is  computed. 

3.  A  Short  Time  FFT  is  computed  hy  eompuiiiig  a  sep;u-aie 
FFT  for  each  10  ms  tr:ime  of  speech.  The  result  is  a  vec- 
tor of  25b  real  and  imaginary  :unplitude  values.  Tlie 
magnitude  of  the  rciil  !ind  imagin;u-y  parts  is  found.  Each 
value  corresponds  to  one  of  2.'i6  bins  that  range  in  fre- 
quency from  DC  (0  H/)  to  the  s;impling  fre4uency/2. 

4.  Formant  frequencies  :m;  ohtained  from  ESPS.  These  Ire- 
quencics  are  "sinixithed"  across  the  unvoiced  sections 
since  these  aie-is  tend  to  he  discontinuous  which  lends  to 
increiise  distortion. 

5.  Using  the  formiuit  frequencies  obtained  in  4..  find  to 
which  hin  each  frequency  corresponds.  Assign  each  for- 
mant frequency  a  bin  number  At  this  point  there  is  a  bin 
number  corresponding  to  each  formiint  for  each  time 
frame. 

6.  For  each  bin  number  in  S..  multiply  aeosine  window  (the 
length  may  vary)  hy  the  vector  cont;iining  amplitudes  of 
the  iippropriate  time  fr;unc  lound  in  3.  (Note;  The  cosine 
window  is  used  to  obt;iin  information  that  otherwise 
would  be  lost  about  spectral  peak.s  neiu-  the  frequency  bin 
of  interest.  For  example.  2  spectnil  peiiks  may  exist  on 
cither  side  of  the  frequency  bin  chosen.)  The  center  of 
the  cosine  window  should  bo  at  the  bin  number  for  that 
particuliff  formant  frequency. 

7.  The  values  obtained  in  6.  arc  then  summed,  changed  into 
decibels  and  sc;iled. 

These  amplitude  parameters  are  fed  into  the  synthe- 
sizer along  with  the  formant  frequencies,  pitch  and  de- 
gree of  voicing  in  order  to  produce  synthesized 
speech. 

Producing  Diphone  Inventory  I-'requency  Parame- 
ters 

We  are  beginning  the  process  of  detertiiining  the  fre- 
quency parameters  for  the  diphones.  We  have  taken 
diphones  that  make  up  the  word  "height",  found  each 
of  their  frequency  parameters  and  concatenated  them. 
The  resulting  word  sounded  almost  identical  to  the 
original.  We  plan  to  continue  this  process  for  the  en- 
tire diphone  inventory  so  that  any  word  can  be  spoken 
Iroin  the  synthesizer. 


A  text  to  speech  algorithm  has  been  written  which  will 
be  incorporated  into  the  device  so  that  the  user  will  be 
able  to  type  in  words  and  get  speech  out  in  close  to 
real  time. 

KVALUATION 

The  quality  of  speech  froin  the  LSI  synthesizer  has 
been  evaluated.  The  synthesizer  was  tested  using  8 
different  male  voices  and  one  childs  voice.  The  syn- 
thesized version  of  the  child's  voice  and  7  of  the  8 
male  voices  were  intelligible  and  resembled  the  voic- 
es of  the  oiiginal  speaker.  There  was  some  loss  in 
quality  between  the  original  and  the  synthesized  voic- 
es bu  this  loss  was  minimal. 

DISCUSSION 

Many  speech  devices  are  available  for  the  non  speak- 
ing or  dysarthric  individual.  However,  these  devices 
lack  soine  features  which  many  potential  users  feel  are 
important.  We  are  developing  a  new  type  of  device 
that  is  designed  to  inore  closely  meet  the  needs  of 
these  individuals.  More  work  must  be  done  in  order  to 
transfer  tliis  technology  for  clinical  use. 
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A  Visual  "Talk"  Utility:  Using  Sign  Language  Over 
a  Local  Area  Computer  Network 
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Applied  Science  and  Engineering  Laboratories 
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ABSTRACT 

This  paper  dcscrit>cs  how  personal  computers  linked  to- 
gether in  a  local  area  computer  network  can  be  used  for 
sign  language  communication  between  two  people. 


For  many  deaf  people,  sign  language  is  the  preferred  way 
to  have  an  interactive  conversation.  What  has  been  devel- 
oped is  a  visual  version  of  "talk",  a  utility  that  allows  two 
people  to  have  an  interactive  conversation  using  sign  lan- 
guage through  their  PC's  and  a  LAN, 


PERSONAL  COMPUTERS  AND  LOCAL  AREA 
NETWORKS 

In  the  past  few  years,  computer  technology  once  thought  to 
be  revolutionary  have  now  become  commonplace,  espe- 
cially in  the  workplace.  In  particular,  two  technologies 
have  emerged  that  has  revolutionized  the  workplace,  the 
personal  computer  (PC)  and  the  local  area  computer  net- 
work (LAN), 

PC's  in  ihe  workplace  have  made  the  processing  of  infor- 
mation via  spreadsheets  and  word  processors  as  routine  as 
using  adding  machines  and  typewriters  were  20  years  ago. 
Vast  amounts  of  information  once  stored  in  filing  cabinets 
are  now  available  right  on  a  person's  desk. 

While  the  PC  gives  a  person  a  powerful  means  of  manipu- 
lating data,  the  information  gleaned  from  the  data  often 
must  be  passed  on  to  other  people.  Here,  a  LAN  is  a  pow- 
erful tool.  By  cormecting  PC's  together  in  a  LAN,  people 
can  exchange  infomiation  electronically  much  faster  Uian 
through  a  paper  report  or  memo.  Files  can  be  sent  from  PC 
to  PC  for  processing;  memos  can  be  sent  to  people  via  elec- 
tronic mail  (E-Mail), 


"TALK"  UTILITIES 

In  the  above  scenarios,  information  is  transferred  passive- 
ly. For  example,  when  an  e-mail  message  is  sent  from  one 
person  to  another,  the  receiver  can  read  the  message  at  his/ 
her  leisure.  Some  systems  also  have  utilities  that  allow  two 
people  to  hold  an  interactive  typed  conversation  over  the 
LAN  (an  example  is  the  UNIX  "talk"  utility).  Typically,  a 
utility  of  this  sort  will  split  the  computer  screen  in  half, 
with  the  top  half  of  the  screen  echoing  what  a  person  types 
at  one  keyboard,  and  the  bottom  half  echoing  what  a  person 
types  at  the  other  keyboard,  A  conversation  can  then  take 
place  in  English  between  two  people  using  their  PCs  and 
a  LAN, 

A  "talk"  utility  is  in  many  ways  analogous  to  a  Telephone 
Device  for  Ihc  Deaf  (TDD)  convcrsaiion  over  a  telephone 
line.  Similarly  to  "talk",  conversation  is  bl-dircclional,  in 
real-time,  ami  in  a  pho  !tic  language. 


TRANSMISSION  VIA  THE  TELEPHONE  AND  LO- 
CAL AREA  NETWORKS 

Work  has  been  ongoing  for  several  years  trying  to  solve  the 
problem  of  transmitting  sign  language  over  ordinary  tele- 
phone lines  (Galuska,  90,  Harkins,  91),  The  main  problem 
with  using  telephone  lines  for  signed  conversation  is  the 
low  bandwidth  of  the  lines.  In  order  to  overcome  that 
problem,  severe  image  compression  techniques,  primarily 
edge-detection,  are  used  to  extract  an  outline  of  the  person 
tliat  can  then  be  transmitted.  This  technique  absolutely 
minimizes  the  amount  of  data  needed  for  sign  language 
communication. 

By  using  LAN's  instead  of  telephone  lines,  severe  image 
compression  techniques  can  be  avoided.  However,  image 
compression  techniques  cannot  be  avoided  completely, 
since  a  LAN  has  finite  resources  that  all  users  on  the  net- 
work may  need  to  access.  A  LAN  will  not  allow  full  color, 
television  quality  images  to  be  transmitted  in  real-time  for 
signed  conversation.  Instead,  grey-scale  images  are  used. 
These  images  also  use  only  a  small  subset  of  grey-scale 
values  available  to  further  compress  the  amount  of  data 
sent  over  the  LAN,  Images  arc  spatially  compressed  to  64 
X  64  pixels.  At  this  time,  images  are  being  processed  at  ap- 
proximately 15  frames  per  second;  at  2K  bytes  per  image, 
that  is  60K  bytes  per  second  for  a  bi-directional  conversa- 
tion. Including  overhead,  approximately  7%  of  a  LAN  is 
being  used  at  this  time  for  a  conversation.  Further  image 
compression  techniques  arc  being  studied  in  order  to  min- 
imize the  amount  of  network  resources  used  by  a  single 
conversation. 


SET-UP  AND  TYPICAL  SESSION 

Each  person  that  wishes  to  use  the  visual  "talk"  utility 
needs  an  identical  set-up.  The  current  set-up  entails  an 
IBM-386  (or  equivalent)  PC,  a  VGA  monitor  and  card,  an 
inexpensive  camera  and  card  called  tlie  EDC-1(X)0  made 
by  Electrim,  Inc,  (Princeton,  NJ),  a  link  into  a  LAN,  and 
llie  utility  software.  In  the  cuncnt  set  iip,  a  1,5  Mbyte 
Ethernet  LAN  (IEEE  standard  802.3)  is  used.  For  those 
that  already  have  a  PC  and  a  LAN  link,  ii  ily  additional 
elements  needed  are  tlic  camera  and  the  i  ■■n>  soltwarc. 
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A  person  using  this  ulilily  would  run  il  wiih  llic  name  (or 
address)  of  Ihe  PC  Ihat  he  or  she  wishes  lo  conlact.  Assum- 
ing the  second  PC  is  running  ihc  ulilily  software  at  the 
lime,  a  message  will  appear  on  that  screen  informing  the 
person  that  someone  wants  to  "talk"  to  him/her.  That  per- 
son can  then  either  answer  or  send  a  "rejection"  answer  to 
the  originator.  Should  the  person  decide  to  answer,  two 
images  appear  on  the  monitor,  the  person  at  the  remote  PC 
as  well  as  the  person  at  that  PC.  (The  image  of  the  person 
at  the  PC  is  mirrored  in  order  to  make  it  easier  for  that  per- 
son to  stay  on  camera.)  Each  person  may  then  begin  to  sign 
to  the  other  in  conversation. 

When  the  conversation  has  ended,  one  of  the  signers  hits  a 
key  on  the  keyboard  allowing  the  utility  to  shut  down  the 
conversation  and  listen  for  new  "talk"  requests. 


USES  FOR  A  VISUAL  "TALK"  UTILITY 

A  visual  "talk"  utility  can  be  used  for  point-to-point  com- 
munication between  two  signers  within  the  range  of  a 
LAN,  especially  in  a  work  or  academic  envirotuncnt.  But 
perhaps  an  even  greater  use  of  tlie  visual  "talk"  utility 
would  be  for  remote  interpretation  (Galuska  1991). 
Should  a  deaf  employee  need  interpretive  services  at  a  mo- 
ment's notice,  the  employee  can  use  the  utility  to  access  an 
interpreter  at  a  remote  location,  who  can  then  use  a  speak- 
er-telephone to  translate  signing  into  a  spoken  language, 
and  use  the  visual  "talk"  utility  to  translate  spoken  lan- 
guage back  into  sign. 
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9.2 

What  Consumers  Say  Most  Influences  Their  Assistive  and  Educational 

Technology  Use 
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International  Center  for  Hearing  and  Speech  Research 
Rochester,  NY 


INTRODUCTION 


The  use  of  both  educational  and  assistive 
technologies  in  a  wide  variety  of  settings  has 
increased  tremendously  in  the  past  few  years. 
For  example,  the  Individuals  with  Disabilities 
Education  Act  of  1990  (I.D.E.A.)  and  the 
Americans  with  Disabilities  Act  (A.D.  A.),  both 
explicitly  address  assistive  technologies.  In  all 
levels  of  education,  such  educational 
technologies  as  computer  tutors  and 
telecourses  have  expanded  the  options  for 
addressing  individual  students'  particular 
learning  styles  and  needs.  Yet,  it  remains  a 
fact  that  consumers  differ  in  their  views  about 
the  value  of  technologies  and  in  the  degree  to 
which  they  use  them.  What  differences 
between  successful  users  .•>nd  unsuccessful 
users  are  related  to  differences  in  their 
predispositions  to  the  use  of  a  technology? 

Because  it  is  becoming  increasingly  important 
to  understand  the  differences  between  those 
who  successfully  employ  technologies  and 
those  who  avoid  or  abandon  their  use,  two 
instruments  were  developed  to  assess  the 
quality  of  the  match  between  a  person  and  a 
particular  technology.  Both  instruments  are 
self-report  checklists  having  a  consumer- 
completed  version  and  a  professional  version 
so  that  the  degree  of  shared  perceptions  can 
be  assessed.  Items  are  of  varied  format, 
including  5-point  Likert  scales  and  checklists. 
The  two  instruments,  the  Assistive 
Technology  Device  Predisposition  Assessment 
(ATD  PA)  and  the  Educational  Technology 
Predisposition  Assessment  (ET  PA)  each  have 
subscales  so  that  characteristics  of  the 
technology,  the  individual's  temperament,  and 
the  environment  in  which  the  person  wiU  use 
the  technology  can  be  separately  assessed. 
The  purpose  of  the  instruments  is  to  identify 
characteristics  interfering  with  the  use  of  a 
technology  for  a  particular  consumer. 

The  most  immediate  concern  regarding  the 
instruments  is  the  extent  to  which  they 
adequately   assess   relevant   influences  on 


consumers'  predispositions  to  technology  use 
(criterion-related  validity).  The  description 
and  results  of  efforts  to  address  this  concern 
regarding  assistive  and  educational 
technologies  for  hearing-impaired  persons 
form  the  primary  objective  of  this  research 
report. 


METHODS  AND  DATA  SOURCES 

Both  the  ATD  PA  and  ET  PA  were  created 
from  the  actual  experiences  of  people  who 
used  or  did  not  use  a  technology  provided  to 
them  (1,2).  The  methods  used  to  develop  the 
instruments  have  been  described  in  detail 
(3,4).  The  methiids  and  data  sources 
described  here  are  limited  to  information 
collected  to  assess  the  instruments'  validity 
with  samples  of  indi\  iduals  who  are  hearing- 
impaired. 

Hearing-Impaired  College  Students'  Use  of 
Educational  Technolpgip<;r 

A.  A  pilot  telecourse  was  offered 
Fall,  1991  with  students  and 
faculty  at  Rochester  Institute  of 
Technology  and  Gallaudet 
University.  The  instructional 
delivery  involved  videotaped 
lectures  and  class  discussions  via 
electronic  mail.  All  assignments 
were  read  and  graded  through 
the  use  of  electronic  maU.  At  the 
end  of  the  course,  students  from 
each  institution  with  the  least 
course  satisfaction  and  those 
with  the  most  course  satisfaction 
were  interviewed  with  the  ET  PA 
content  serving  as  the  interview 
protocol  ("contrasted  groups" 
design). 

B.  A  hypercard  stack  was  created  to 
augment  an  existing  instructor- 
based,  lecture/discussion  course 
offered   to   first   year  science 
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majors  in  need  of  improved 
study  skills.  The  hypercard  stack 
offers  a  self-paced  method  of 
instructional    delivery.  One 
module,  Test  Taking,  was  pilot 
tested    with    all    9  students 
enrolled  in  the  Fall,  1991  science 
department  Freshman  Seminar. 
Evaluation    sessions  were 
conducted     one-on-one  and 
involved  the  students  use  of  the 
hypercard  stack.  The  computer 
screen  was  videotaped,  showing 
cursor  movements  and  choices  as 
students  moved   through  the 
stack.    Following  this,  students 
completed  a  questionnaire  that 
included  the  ET  PA  content. 

Adults    Use    and    Non-use    of  Assistive 
Listening  Devices  (ALDs): 

A.  Members  of  the  Rochester  area 
organization  "Self-Help  for  the 
Hard-of-Hearing  (SHHH)"  were 
asked  to  complete  the  ATD  PA 
regarding  their  use  of  ALDs.  For 
the  most  part,  people  who  are 
active  in  SHHH  wear  hearing 
aids  and  use  a  variety  of  ALDs. 
The  mean  age  of  the  active 
members  of  this  group  is 
approximately  60. 

B.  The  membership  of  an 
organization  dedicated  to  the 
continuing  education  of  older 
adults  was  also  asked  to 
complete  the  ATD  PA  regarding 
their  use  of  ALDs.  None  of  the 
individuals  in  this  group  wear 
hearing  aids  or  use  ALDs,  but  all 
have  a  demonstrated  hearing 
loss  The  mean  age  in  this  group 
of  persons  is  approximately  65. 

Comparisons  of  the  members  of  SHHH  and 
the  members  of  the  continuing  education 
organization  formed  a  "contrasted  groups" 
design. 

RESULTS 

Since  the  numbers  of  individuals  in  each  study 
are  small  (approximately  10  people  each),  the 
data  analysis  is  descriptive  only. 


Hearing-Impaired  College  Students'  Use  of 
Educational  Technologies: 

A.      Those   deaf   students   in  the 
telecourse  who  have  the  poorest 
English  skills  reported  the  most 
dissatisfaction    with  the 
instructional  delivery  system  and 
said    they    prefer  face-to-face 
discussioris    where    they  can 
watch  facial  expressions.  The 
students  from  each  institution 
who  had  the  least  satisfaction 
said  that  they  are  intimidated  by 
computers,that   computer  use 
interferes    with    their  social 
activities,  and  that  they  did  not 
have  the  background  skills  for 
the  course.    None  of  the  most 
satisfied    students  reported 
intimidation     or  social 
interference,  and  all  said  that 
they  ha'-  the  background  skills 
for  the  V  urse. 

B.  While  all  students  reported  that 
the  hypercard  stack  helped  them 
learn  "Test  Taking"  strategies 
and  that  they  would  use  a 
similar  mode  of  instruction 
again,  those  with  the  most 
satisfaction  reported  that  they 
prefer  working  alone  as  opposed 
to  working  in  a  group,  that  they 
are  often  anxious,  and  that  they 
generally  see  computer  use  as 
being  fun.  The  least  satisfied 
students  reported  just  the 
opposite. 

Adults  Use  and  Non-use  of  Assistive 
Listening  Devices  (ALDs): 

The  members  of  SHHH  and  the 
continuing  education 
organization,  while  similar  in 
age,  differ  in  degree  of  hearing 
impairment  and  the  need  for 
ALDs,  with  the  SHHH  members 
having  more  hearing  loss  and 
need  for  ALDs.  In  completing 
the  ATD  PA,  the  SHHH 
members  reported  a  great  deal  of 
perceived  benefit  to  ALD  use,  a 
belief  that  ALD  use  will  increase 
their  quality  of  life,  and  a  view 
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of  ALDs  as  important  in  achieving  their  goals. 
The  members  of  the  continuing  education 
organization  reported  the  opposite.  All 
individuals  reported  a  good  self-image. 

DISCUSSION 

The  ATD  PA  and  ET  PA  seem  to  have  done  a 
good  job  of  discriminating  predispositions  to 
technology  use  on  the  part  of  satisfied  and  less 
satisfied  users. 

As  the  use  of  assistive  and  educational 
technologies  increase,  there  will  be  more 
concern  directed  towards  their  quality, 
selection,  and  the  ways  they  impact  overall 
quality  of  life.  It  is  important  for  professionals 
to  be  able  to  analyze  the  constellation  of 
factors  serving  to  influence  the  individual's 
predisposition  toward  technology  use  or 
non-use  so  that  the  most  appropriate 
technologies  for  that  person  can  be  provided. 
Based  on  these  results,  professionals  in  the 
field  have  two  self-report,  checklist, 
instruments  available  to  them,  both  of  which 
have  reasonable  validity.  The  ATD  PA  and  ET 
PA  can  be  useful  in  the  earliest  stages  of 
matching  person  and  technology,  in 
identifying  needed  modifications,  and  in 
reducing  the  disappointment  and  frustration 
that  often  accompanies  a  poor  match  between 
individuals  and  the  technologies  meant  to  help 
them.  Their  use  can  also  help  reduce 
abandonment  or  reluctant  use  of  technological 
assistance,  decrease  premature  or 
inappropriate  technology  recommendations, 
and  help  assure  that  those  persons  who  can 
most  benefit  from  a  technology  will  receive 
and  use  it.  Additionally,  the  documentation 
of  initial  and  post  intervention  profiles  can 
help  provide  the  rationale  for  device  funding 
or  training,  demonstrate  improvements  in 
skills  and  capabilities  over  time,  and  organize 
information  about  the  needs  of  an 
organization's  consumer  or  student 
population.  A  current  and  complete 
description  of  the  instruments  is  available  (1). 
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ABSTRACT 

The  difficulties  of  access  to  printed  and  electronic 
Information  faced  by  the  print  disabled  are  discussed. 
A  distinction  Is  drawn  between  formally  and  Informally 
published  Information,  the  relevant  International 
Standards  being  SGML  and  ODA.  An  outline  of  ODA 
Is  given  and  the  ways  In  which  the  adoption  of  this 
Standard  could  Improve  access  to  Information  by  the 
print  disabled  are  described. 


BACKGROUND 

A  significant  group  of  disabled  and  elderly  persons 
have  difficulty  In  accessing  the  printed  word.  This 
print  disabled  group  Includes  the  blind,  the  deaf 
bllrid,  the  visually  Impaired,  the  dyslexic  and  those 
with  motor  Impairments  which  make  It  difficult  to 
physically  control  paper  documents.  Historically,  the 
print  disabled  obtained  what  little  Information  they 
could  through  highly  specialised  media,  such  as 
braille,  whose  production  had  little  relationship  to  the 
mechanisms  used  for  the  print  enabled.  This  Inevitably 
severely  restricted  the  quantity  of  Information  easily 
accessible  to  the  print  disabled. 

Tlie  advent  of  computer  and  Information  technology 
has  revolutionised  the  access  to  Information  by  the 
print  disabled.  Most  hard  copy  braille  Is  now  computer 
produced  with  a  consequent  considerable  Incresise  In 
the  amount  available.  Information  stored  on  computers 
can  be  accessed  by  soft  braille  and  enlarged  print 
displays  and  speech  synthesis.  Furthermore,  as  the 
computer  has  become  an  essential  part  of  everyday 
life,  both  In  the  workplace  and  at  home,  the  print 
disabled  are  not  excluded  from  the  developments  but 
can  use  the  technology  In  similar  ways  to  the  print 
enabled.  Compared  with  the  Information  available  to 
the  print  disabled  before  the  advent  of  computer 
technology,  that  available  now  Is  truly  astonishing. 

THE  PROBLEM 

However,  compared  with  the  amount  of  Information 
available  to  the  print  enabled,  that  easily  accessible  to 
the  print  disabled  Is  tiny.  To  understand  the  nature  of 
the  problem  It  Is  helpful  to  divide  printed  Information 
Into  two  major  categories— formally  published  and 
Informally  published  Information.  In  practice  Uiere  Is 
a  broad  continuum  of  different  kinds  of  Information, 
but  our  categories  are  two  Important  end  points  In  the 
spectrum. 

Formally  published  (n/orma((on 

Formally  published  Information  Includes  books. 

newspapers,  magazines,  learned  Journals,  and 


increasingly  their  electronic  counterparts  distributed 
on.  for  example.  CD-ROM. 

Only  a  tiny  proportion  of  formally  published 
Information  Is  easily  accessible  to  the  print  disabled. 
It  Is  Ironic  that  virtually  all  formally  published 
Information  Is  computer  produced  and  therefore, 
given  appropriate  technology,  transformations  could 
enable  widespread  production  of  the  Information  In  a 
form  suitable  for  the  print  disabled.  However,  the  lack 
of  appropriate  standards  for  electronic  Information 
has  meant  that  It  has  been  very  difficult  to  produce 
braille  from  compositor  tapes.  Thus  braille  books  are 
rarely  produced  directly  from  the  original  electronic 
form,  relying  Instead  on  a  significant  manual  effort. 

For  formally  published  Information  In  electronic  form, 
there  Is  more  direct  access.  Here  however,  the  problem 
lies  in  the  presentation  of  the  Information.  Many  of  the 
print  disabled  have  great  difficulty  In  navigating 
through  large  amounts  of  Information,  since  they  lack 
the  ability  t6  rapidly  scan  a  page  or  screen.  The 
software  access  systems  used  for  electronically 
published  Information  generally  assume  the  user  has 
scanning  ability  and  often  use  graphical  user 
Interfaces.  Tnus,  although  electronically  published 
Information  Is  physically  accessible.  It  Is  In  a  far  from 
Ideal  form  for  the  print  disabled. 

InformaUy  published  information 
Informally  published  Information  Is  the  world  of  the 
word  processor  and  desk  top  publishing.  Here,  away 
from  the  constraints  of  copyright.  Information  flows 
freely  and  rapidly  within  restricted  domains  such  as 
a  company  or  an  Individual  office.  Documents  are 
produced  rapidly,  often  having  Importance  over  a 
short  time  scale. 

If  the  print  disabled  person  has  access  to  the  electronic 
document  and  uses  a  compatible  computer  hardware 
and  software  system  to  that  on  which  the  document 
has  been  produced,  much  of  the  Information  can  be 
accessible.  For  many  print  disabled  people  the  access 
to  graphical  Information  presents  particular 
difficulties,  but  textual  Information  Is  generally 
accessible. 

However,  similar  difficulties  to  those  noted  for  formally 
published  Information  exist— namely,  the  lack  of 
standards  for  electronic  Information  storage,  the 
difficulty  of  navigating  a  large  document  and  the 
Increasing  presentation  of  Information  In  graphical 
formats. 

It  Is  our  firm  conviction  that  the  development  and 
adoption  of  International  Standards  of  electronic 
Information  storage  Is  a  key  factor  In  enabling  the 
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print  disabled  to  gain  much  more  widespread  access 
to  the  majority  of  Information  which  the  print  enabled 
take  for  granted. 

THE  INTERNATIONAL  STANDARDS  APPROACH 

Fortunately,  a  powerful  standardisation  movement  Is 
developing.  Two  ISO  standards  have  emerged, 
corresponding  to  our  categories  of  formally  and 
Informally  published  Information.  The  Standard 
Generalized  Markup  Language  (SGML)  is  being  used 
increasingly  in  the  publishing  world  (1).  (2).  Its  potential 
for  braille  production  was  recognised  by  Kaysen  (3), 
but  there  appears  to  have  been  no  pracUcsd  follow  up. 
Recently.  Engelen  and  Wesley  (4)  have  discussed  the 
wider  Implications  of  SGML  for  the  print  disabled. 

The  International  Standard  corresponding  to  our 
Informally  published  information  category  is  Office 
Document  Architecture  (ODA).  also  known  as  Open 
Document  Architecture  (5)  (6).  ODA.  a  more  recent 
standard  than  SGML,  has  so  far  attracted  little 
attention  outside  the  groups  actively  involved  in  its 
development.  As  far  as  we  are  aware,  the  present 
paper  is  the  first  published  discussion  of  the  relevance 
of  ODA  to  the  print  disabled.  In  the  next  section  we 
present  a  broad  overview  of  the  ODA.  before  outlining 
Its  potentlEkl  for  the  print  disabled. 

AN  OVERVIEW  OF  ODA 

The  underlying  philosophy  In  the  development  of  ODA 
has  been  to  enable  the  standardisation  of  the  structure 
of  electronic  documents  so  that  they  can  be  transferred 
between  different  hardware  and  software  systems 
without  any  loss  of  content  and  formatting  information. 
This  transferability  would  allow  a  document  to  be 
produced  on  a  particular  word  processor,  be 
transferred  to  a  completely  different  system  where  It 
could  be  further  edited  before  being  passed  back  to  its 
originator.  Furthermore,  the  content  should  not  be 
restricted  to  simple  text  but  should  encompass  all 
major  types  of  InformaUon  and  be  expandable  to  meet 
as  yet  unknown  content  types.  Given  these  ambitious 
alms.  It  Is  not  surprising  that  the  ODA  Standard  Is 
both  long  and  complex. 

ODA  recognises  that  there  are  two  ways  of  looking  at 
a  document,  the  "loglcEil'  cind  "layout"  points  of  view. 
The  logical  view  is  the  splitting  of  the  document  into 
objects  that  have  human  meaning  surh  as  "titles", 
"paragraphs"  and  "figures".  This  Is  Independent  of  the 
representation  on  screen  or  on  paper. 

The  layout  view  recognises  that  the  same  logical 
structure  can  be  laid  out  on  screen  or  paper  In  many 
ways.  This  paper  for  example  Is  In  two  columns  but 
could  easily  be  In  one  column  and  still  be  the  same 
'logical"  paper. 

ODA  Itself  does  not  define  the  logical  objects  such  as 
"paragraphs"  but  provides  the  facility  for  their  definition. 
In  doing  this  ODA  allows  the  definition  of  "generic 
documents"  which  are  document  templates.  Tnus  It 


would  be  possible  to  have  a  template  for  a  paper  to  be 
presented  to  this  conference  stored  tiectronlcally 
using  ODA  This  template  could  be  for  both  the  logical 
format,  so  that  the  eibstract  appears  in  the  correct 
sequence  relative  to  the  first  paragraph,  and  for  the 
layout  so  that  the  paper  is  in  two  columns. 

The  third  nu^or  component  of  an  ODA  document  Is  its 
content.  Content  Is  structured  Into  an  extendible  set 
of  content  architectures.  Content  architectures 
currently  defined  are  text,  raster  (facsimile)  graphics 
and  geometric  graphics,  the  definlUons  using  exIsUng 
ISO  standards.  Work  is  well  advanced  on  the  deflnlUon 
of  architectures  for  sound  and  hypertext. 

Four  main  structures  within  ODA  are  used  to  split  the 
definition  of  the  document  m  recognition  of  the  two 
different  views.  They  are  the  "specific  logical  structure", 
■generic  \oglcsd  structure",  'specific  layout  structure" 
and  "generic  layout  structure".  The  structures  are 
defined  hierarchically  and  often  represented  as  trees. 

The  generic  logical  structure  and  generic  layout 
structure  can  be  used  during  edlUng  and  layout  as  the 
templates  for  a  document.  They  define  the  types  or 
classes  of  objects  that  can  appeeir  in  a  document.  The 
specific  logical  structure  and  specific  layout  structure 
record  how  instances  of  the  classes  defined  in  the 
generic  structures  are  related  In  the  document.  The 
specific  layout  structure  records  how  the  content  of  a 
document  Is  placed  in  "blocks"  which  £ire  rectilinear 
areas  on  a  page  or  screen.  One  or  more  blocks  are 
placed  In  "frames'  and  can  then  be  placed  as  a  whole. 
Frames  can  hold  other  frames.  One  or  more  frames 
are  placed  In  'pages"  which  are  in  turn  placed  in  'page 
sets". 

The  layout  process  is  split  Into  two  operations,  the 
document  layout  process  and  the  content  layout 
process.  The  document  layout  process  deals  with  the 
placing  of  blocks,  frames,  pages  and  page  sets  for 
portions  of  content  and  produces  the  specific  layout 
structure.  The  content  layout  process  deals  with  the 
layout  of  the  portions  of  content  within  the  allocated 
blocks. 

The  generic  layout  structure  deeds  with  how  the 
frames,  pages  and  page  sets  (but  not  the  blocks)  and 
different  categories  of  contents  are  placed  together. 
With  each  frame  defined  in  the  generic  layout  structure 
there  is  an  attribute  called  'permitted  categories". 
During  the  layout  process,  only  logical  objects  whose 
attribute  'layout  category"  has  the  same  name  can  be 
placed  In  that  frame.  This  can  be  used,  for  example, 
to  group  a  title  and  author  into  a  frame  separate  from 
the  subsequent  paragraphs,  by  giving  the  title  and 
author  objects  a  layout  category  of  "header"  and  the 
paragraphs  "body".  The  corresponding  frames  would 
have  these  as  their  permitted  categories. 
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IMPLICATIONS  OF  ODA 

In  this  section  we  outline  some  of  the  ways  In  which 
the  widespread  commercial  adoption  of  ODA  would  be 
beneficial  for  the  print  disabled.  Only  time  will  tell 
whether  ODA  becomes  widely  used,  but  there  are 
encouraging  signs.  A  commercial  group,  the  ODA 
Consortium  (ODAC).  with  representatives  from  many 
major  hardware  and  software  suppliers  is  developing 
software  tools  for  the  creation  and  manipulation  of 
ODA  documents.  It  Is  hoped  that  these  tools  will 
become  generally  available  during  1993.  The  first 
stage  of  commercialisation  Is  likely  to  be  conversion 
routines  whereby  existing  word  processors  can 
Interchange  via  ODA.  In  the  long  term  the  development 
of  native  mode  ODA  word  processors  can  be  expected. 

Standard  Information  Interchange 
An  obvious  advantage  of  ODA  for  the  print  disabled 
would  be  the  widespread  availability  of  Information  In 
a  standard  format,  or  easily  convertible  to  the  standard. 
This  conversion  would  preserve  both  logical  and 
layout  Information-  The  only  general  method  of 
conversion  at  present  Is  to  drop  down  to  raw  ASCII 
text,  thus  losing  all  the  extra  Information  Implied  by 
the  layout. 

Fully  formatted  hraiUe 

Currently  the  professional  formatting  of  braille 
genercdly  requires  considerable  specialised  manual 
Intervention.  Tlie  separation  In  ODA  of  the  logical 
structure  from  the  layout  structure  allows  several 
views  of  the  same  contents  to  be  provided.  Thus,  with 
appropriate  Interfaces,  fully  formatted  braille  views, 
reflecting  different  braille  systems  could  be 
Incorporated  Into  ODA  structured  documents. 

Document  Navigalion 

The  standardised  method  of  structuring  the  contents 
of  electronic  documents  In  ODA  means  that  It  will  be 
possible  to  make  the  structure  available  to  the  print 
disabled  user.  This  should  allow  the  user  to  obtain  an 
orientation  overview,  to  scan  documents  and  to  have 
access  to  automatic  Indexing  for  retrieval  purposes. 
The  capabilities  of  document  navigation  should  be 
dramatically  enhanced  with  the  Incorporation  of 
hypertext  Into  ODA. 

Access  to  Grapfifcal  /n/brmatiori 
It  Is  difficult  for  many  print  disabled  people  to  access 
graphical  Information.  Apart  from  the  Inherent 
problems  posed  by  the  nature  of  their  visual 
Impairment  there  has  been  the  difficulty  that  graphical 
Information  has  not  been  available  In  a  standardised 
form.  The  ODA  content  architectures  allow  access  to 
standardised  geometric  graphical  Information  creating 
the  possibility  of  text  and  voice  annotations  of  graphical 
structures  and  the  development  of  systems  to  simpllly 
graphics  for  display  on  pin  matrix  devices. 

Creation  of  well  formatted  documents 
The  Implementation  of  document  templates  within 
ODA  provides  a  powcrfiil  mechanism  for  the  print 
disabled  to  create  well  formatted  documents  without 


assistance  from  others. 
THE  CAPS  PROJECT 

The  Commission  of  the  European  Communities  has 
recently  Initiated  a  Technology  Initiative  for  Elderly 
and  Disabled  people  (TIDE).  Within  the  TIDE 
programme,  the  CAPS  project  (Communication  and 
Access  to  Information  for  People  with  Special  needs) 
Is  Investigating  the  potentlcd  of  both  SGML  and  ODA 
for  Improving  access  to  Information  for  the  print 
disabled.  Prototype  applications  will  be  created  so 
that  the  print  disabled  wlU  be  able  to  use  electronic 
Information  stored  In  SGML  and  ODA  when  It  becomes 
available,  rather  than  having  to  wait  the  usual  long 
time  for  the  appropriate  Interfaces  to  be  developed. 
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AN  ELECTROLUMINESCENT  AID  FOR  LOW  VISION  READERS 


Steven  H.  Fazenbaker  and  Gale  R.  Watson 
Veterans  Affairs  Medical  Center,  Decatur,  Georgia 


ABSTRACT 

Many  persons  with  visual  impairments 
require  the  use  of  above  average 
lighting  levels  for  visual  task  per- 
formance. Low  vision  readers  often  use 
high  powered  magnification  devices  with 
short  focal  distances.  Because  they 
must  place  their  heads  close  to  the 
text,  additional  lighting  often  must  be 
used.  Preliminary  research  has  shovm 
that  electroluminescent  (EL)  lamps  can 
provide  such  lighting  for  persons  who 
employ  8X-20X  magnification  when 
reading.  Because  EL  lamps  have  an 
extremely  thin  profile,  it  is  possible 
to  place  one  between  the  low  vision 
reader  and  the  printed  page  without 
restricting  the  reader's  ability  to  get 
close  to  the  page.  In  addition,  EL 
lamps  remain  cool  to  the  touch,  provide 
even  illumination,  are  portable,  and 
produce  almost  no  IR  or  UV  radiation. 


INTRODUCTION 

For  the  thousands  of  individuals  with 
low  vision,  loss  of  the  ability  to  read 
and  write  can  be  devastating.  The 
opportunity  to  read  mail,  balance  a 
checkbook,  scan  the  daily  newspaper,  or 
read  for  pleasure,  may  be  denied  to  the 
person  with  low  vision.  This  results 
in  the  loss  of  participation  in 
activities  of  daily  living,  loss  of 
vocational  and  avocational  activities, 
and  loss  of  independence.  Fortunately, 
there  are  devices  available  that 
magnify  the  text  to  allow  persons  with 
low  vision  to  take  full  advantage  of 
their  remaining  vision. 

As  the  required  macnif ication  in- 
creases, the  distance  that  the  reader 
must  be  from  the  printed  page  de- 
creases. As  the  reader  gets  closer  to 
the  printed  page,  however,  his  or  her 
head  blocks  more  and  more  ambient 
light.  Also,  as  the  distance  between 
the  reader  and  the  page  decreases,  it 
becomes  more  difficult  to  position 
lighting  so  that  it  illuminates  the 
page . 


Additional  lighting  is  usually  provided 
in  the  form  of  incandescent  or  fluores- 
cent light  bulbs.  Unfortunately, 
incandescent  bulbs  produce  considerable 
heat,  and  the  harsh  light  and  flicker 
of  fluorescent  bulbs  are  unpleasant  to 
many  individuals.  Furthermore,  both 
light  sources  provide  uneven  lighting, 
and  their  size  limits  how  close  the 
reader  can  get  to  the  page. 


DES IGN/METHODOLOGY 

Electroluminescent  (EL)  light  tech- 
nology shows  great  promise  in  over- 
coming the  problem  of  illuminating 
reading  material  for  persons  using  high 
magnification.  EL  lamps  have  an  ex- 
tremely thin  profile,  and  therefore  do 
not  limit  how  close  the  reader  can  get 
to  the  page .  Furthermore ,  EL  lamps 
provide  even  lighting  over  the  entire 
surface- in-view,  they  remain  cool,  they 
are  portable,  and  they  produce  almost 
no  infrared  or  ultraviolet  radiation. 

An  EL  lamp  is  being  developed  to  meet 
the  following  criteria: 

*  It  will  provide  the  same  intensity  of 
incident  light  as  incandescent  and 
fluorescent  bulbs  at  close  distances. 

*  It  will  not  impose  an  unnatural 
posture  on  the  user. 

*  It  will  not  produce  significant 
glare . 

*  It  will  remain  cool  to  the  touch 
throughout  extended  use . 

*  It  will  provide  sufficient  light, 
eliminating  the  need  for  any  other 
lighting. 

*  It  will  increase  contrast  and  di- 
minish light  scatter  by  emitting  only 
longer  wavelengths. 

*  It  will  offer  an  adjustable  light 
level . 

*  It  will  be  durable. 

*  It  will  be  powered  by  a  safe  and 
inexpensive  power  source. 

*  It  will  be  inexpensive  to  produce. 
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ELECTROLUMINESCENT  READING  LAMP 


Three  configurations  are  being  devel- 
oped. One  configuration  will  be  de- 
signed to  clip  onto  a  pair  of  specta- 
cles. The  second  configuration  will  be 
used  as  an  insert  into  a  stand  magni- 
fier. The  third  configuration  will  be 
used  to  provide  backlighting  while 
filling  out  forms. 


RESULTS 

At  the  time  of  writing,  a  prototype 
unit  had  been  constructed.  A  9 -volt 
battery  and  a  solid-state  inverter 
produce  120VAC  at  400Hz  to  energize  the 
lamp.  This      is      the     voltage  and 

frequency  specified  by  the  EL  lamp 
manufacturers.  Although      the  low 

wattage  produced  by  the  120VAC  power 
supply  is  completely  safe,  it  is  capa- 
ble of  producing  an  unpleasant  shock  in 
the  event  of  damage  (broken  or  exposed 
wire  between  the  lamp  and  power 
supply).  For  this  reason,  an  attempt 
is  being  made  to  produce  equal 
Illumination  by  decreasing  the  voltage 
and  increasing  the  frequency  of  the 
power  supply.  An  attempt  is  also  being 
made  to  replace  the  9 -volt  battery  with 
a  battery  that  has  a  higher  amp-hour 
capacity/size  ratio. 


The  prototype  unit  has  been  mounted  to 
a  +20  diopter  lens  for  demonstration 
purposes.  Several  visually  impaired 
individuals  have  used  the  prototype. 
Their  feedback  has  been  very  favorable. 
The  users  specifically  mentioned  the 
increase  in  lighting  over  room  light 
alone  and  the  heightened  contrast  the 
EL  lamp  gave  to  reading  material. 

Work  is  continuing  to  make  the  proto- 
type match  the  design  criteria  de- 
scribed above. 
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Computerized  Form-Filling  system  Design  Using  Voice  output: 

A  Case  study 


Kathleen  Beaver,  Education  Specialist 
University  at  Buffalo 


Introduction 

Filling  out  forms  is  an  everyday 
routine  for  most  of  us.  Time 
sheets,  supply  requisitions, 
purchase  orders,  questionnaires  and 
applications  are  just  a  few  of  the 
forms  we  use  regularly.  in  fact, 
form-filling  is  so  routine,  most  of 
us  do  not  pay  much  attention  to  the 
enormous  amount  of  information 
contained  on  a  form  or  the 
complexity  of  the  form  design 
itself,  check  lists,  columnar  data 
entry  and  systematic  placement  of 
information  simplify  the  form 
filling  process.  But  this  is  not 
the  case  if  you  are  blind. 

For  each  unit  of  information  placed 
on  a  form,  the  form  filler  must  have 
access  to:  (1)  what  information  is 
being  requested,  (2)  the  format  of 
the  information,  (3)  the  allowable 
length  of  the  information,  (4)  the 
exact  placement  of  the  information 
(row  and  column  number) ,  and  (5)  if 
the  unit  of  information  is  linked  to 
other  information  on  the  form. 
Without  a  computerized  fcrm-filling 
system  with  voice  output,  filling 
out  forms  can  become  an  obstacle  to 
securing  and  maintaining  employment. 
This  was  the  case  for  Colleen,  a 
social  worker  with  an  MSW  who 
recently  lost  all  functional  vision. 

Colleen  is  a  counselor  in  the 
detoxification  unit  of  a  major 
hospital  in  a  large  city.  The  most 
important  aspect  of  colleen's  job  is 
the  completion  of  an  extensive 
intake/assessment  form  through 
interview  of  those  entering  the 
detox  program.  The  intake  form  is 
eighteen  pages  long  and  was 
developed  within  the  hospital  by  the 
professional  staff  of  the  unit. 

Methodology 
Oeaign 

The  goal  of  the  system  design  was  to 
provide  Colleen  with  a  method  to 
independently  use  her  computer  and 
voice  output  system  to  interview  and 
to  complete  the  eighteen  page  intake 
assessment  form. 


To  accomplish  this  goal,  it  was 
necessary  to:  (1)  analyze  each  page 
of  the  form,  (2)  choose  an  efficient 
form-filling  program  that  was 
compatible  with  her  computer 
equipment  and  voice  output  system 
and  could  accommodate  the  complex 
form  design  and  (3)  become  familiar 
with  the  advanced  features  of  the 
voice  output  system  software. 

Components 

Colleen  has  an  IBM  compatible  386 
computer  with  the  CompuSight  Apollo 
Portable  Speech  System  available 
from  Electronic  Visual  Aids 
Specialists.'  The  form-filling 

program  selected  was  FORM-MATE 
market»=>3  by  the  Henter-Joyce 
Company. 2  Colleen's  printer  is  a 
Hewlett  Packard  DeskJet  500  Inkjet 
printer . 

The  CompuSight  speech  output  system 
has  very  powerful  software  that 
automates  the  loading  of  multiple 
voice  environments  based  on  screen 
characters,  a  voice  environment  is 
defined  as  a  set  of  user-selected 
options  chosen  to  optimize  the  audio 
feedback  of  screen-displayed 
information.  Each  set  of  selected 
options  can  then  be  stored  on  disk 
as  a  file. 

The  FORM-MATE  form  filling  program 
is  designed  to  work  well  with  speech 
output.  It  combines  three  user- 
created  files,  a  "prompt"  file,  a 
"form"  file  and  a  "control"  file, 
used  in  conjunction  with  a  voice 
output  system  into  a  form-filling 
system  for  individuals  who  are 
blind.  The  "prompt  file"  provides 
speech  access  to  the  information 
being  requested  as  well  as  the 
maximum  length  and  format  required 
and  can  be  designed  to  redirect  the 
flow  of  the  prompts  based  on  the 
presence  or  absence  of  a  previous 
response.  The  "form  file"  directs 
each  piece  of  information  to  the 
appropriate  row  and  column  placement 
on  the  printed  form.  The  optional 
"control  file"  can  alter  the  print 
size,  font  and  attributes  of  the 
printer  characters. 
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Proossfl 

Using  advanced  features  of  the 
CompuSight  Speech  Program,  a  set  of 
voice  environments  were  created  for 
use  with  the  FORM-MATE  form  filling 
program.  These  environments  were 
designed  to  provide  voice  access  to 
each  prompt,  error  message  and 
program  menu  selection.  It  was  also 
designed  to  enable  Colleen  to  review 
and  edit  previously  entered 
information.  Colleen  was  then 
instructed  in  using  the  FORM-MATE 
program. 

A  form  file  was  created  for  each  of 
the  eighteen  pages.  Exact  placement 
of  each  unit  of  information  needed 
to  be  designated  by  using  the 
required  syntax  of  a  pair  of  " 
symbols  surrounding  a  letter  and 
then  a  number.  Each  placement 
designation  had  to  be  unique. 
(FIGURE  1.) 

Next,  a  prompt  file  for  each  page 
was  created  using  the  appropriate 
placement  designation  symbols 
defined  in  the  form  file.  The 
creation  of  the  prompt  file  required 
in-depth  analysis  of  the  form  and 
Colleen's  familiarity  with  the  forro 
and  her  input  was  essential. 
(Figure  2.) 

Each  page  was  then  loaded  and 
executed  according  to  the  FORM-MATE 
instructions.  If  there  were  any 
mechanical  errors  detected  in  either 
the  form  file  or  the  prompt  file, 
the  program  displayed  an  error 
message  and  the  program  terminated. 
The  form  file  and/or  the  prompt  file 
then  needed  to  be  examined  for 
errors  and  correction  before 
retesting. 

Finally,  each  page  was  tested  by 
Colleen  and  examined  for  logical 
errors.  For  example,  did  each 
prompt  provide  her  with  enough 
information  to  ask  her  patient  the 
appropriate  question?  Did  the 
redirection  of  prompts  make  sense 
and  work  properly  when  a  previous 
item  was  left  blank?  Were  all  items 
defined  using  adequate  field  length? 


Results/Discussion 

The  form  filling  system  created  for 
Colleen  has  enabled  her  to 
independently  interview  clients  and 
complete  the  eighteen  page 
intake/asses'iiaent  form.  She  is 
currently  in  private  practice  and 
with  permission  of  the  hospital, 
uses  the  form  daily.  Without  this 
form-filling  system.  Colleen  would 
not  be  working  as  a  drug 
rehabilitation  counselor. 

The  process  of  creating,  debugging 
and  testing  this  eighteen  page  form 
was  extremely  time  consuming.  In 
addition  to  the  steep  learning  curve 
involved  in  mastering  the  FORM-MATE 
program  and  creating  the  voice 
environments  for  the  CompuSight 
speech  system,  fifty  hours  were 
spent  calculating  the  exact 
placement  of  each  piece  of 
information,  analyzing  the  data, 
typing  the  form  files  and  the  prompt 
files,  debugging  the  mechanical 
errors  and  correcting  the  logical 
errors.  Attention  to  detail  was 
crucial. 

While  the  end  product  does  enable 
someone  who  is  blind  to 
independently  fill  out  and  print 
complex  pre-printed  forms,  the 
creation  of  the  form  files  requires 
assistance  by  a  sighted  individual. 
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FORM  FILE  EXAMPLE 


PRIMARY  COUNSELOR  "al 
DEMOGRAPHICS: 
LAST  NAME  "a3 
ADDRESS  "a6 

SOCIAL  SECURITY  NO.  "all 


PHYSICIAN 


-a.2 


FIRST  NAME  "a4  M.I.  "a5' 

"  "al     '■      "a8  '•  "a9"  "alO' 

SEX:     FEMALE  "al2"     MALE  "al3' 


RACE   (CHECK  APPROPRIATE  ITEMS) : ALASKAN  NATIVE  "bl"  NATIVE  AMERICAN  •"b2" 
ASIAN  "b3"     BLACK  "b4"     WHITE  "b5"     HISPANIC  "b6" 

(IF  HISPANIC)   PUERTO  RICAN  "b7"    MEXICAN  'b8"     CUBAN     "b9"  OTHER  "blO" 


Figure  1. 

PROMPT  FILE  EXAMPLE 

DEMOGRAPHICS  PAGE 

al  COUNSELOR 

t 

Enter  the  name  of  the  counselor 

a2  PHYSICIAN 
t 

Enter  the  name  of  the  admitting  physician 

a 3  LAST  NAME 
t 

Enter  the  patient's  last  name 

a4  FIRST  NAME 
t 

Enter  the  patient's  first  name 

a5  INITIAL 
t 

Enter  the  patient's  middle  initial 

a6  STREET 
t 

Enter  patient's  street  number  and  name 

a7  APARTMENT 
t 

Enter  patient's  apartment  number 

a8  CITY 
t 

Enter  the  patient ' s  city 

a9  STATE 
aX 

Enter  patient's  two  letter  state  abbreviation 

alO  ZIP  CODE 

z 

Enter  patient's  zip  code 

Figure  2 . 


ERIC 


146 


RESNA  International '92  •  June  6-11,  1992 

161 


9.6 

A  Study  of  Accessibility  to  Electronic  Music 
Synthesizers  and  Sequencers  by  Blind  Musicians 

Jay  Williams,  John  Brabyn 

The  Smith  Kettlewell  Eye  Research  Institute 
San  Francisco,  California 


Abstract 

A  large  number  of  blind  persons  earn  their 
livelihood  through  music.  The  goals  of  the  study  are 
to  explore  methods  by  which  state-of-the-art  music 
synthesizers  and  their  associated  sequencer 
programs,  normally  run  on  personal  computers 
connected  to  the  synthesizer  via  the  MIDI  interface, 
can  be  accessed  by  blind  users. 

Background:  The  Problem 

Within  the  last  ten  years,  as  manufacturers  have 
incorporated  microprocessors  and  memory 
capabilities  into  their  products,  more  and  more 
computer-based  equipment  is  reaching  the 
marlcetplace.  Many  of  these  systems  present 
accessibility  problems  for  the  blind  (e.g.,  bank  teller 
machines,  point-of-sale  systems,  music 
synthesizers,  etc.). 

Since  1983  virtually  all  electronic  music  synthesiz- 
ers and  their  associated  sound  processors,  as  well  as 
much  of  the  sound  mixing  and  recording  equipment, 
employ  "MIDI"  (Music  Industry  Digital  Interface), 
a  digital  language  which  allows  "communication" 
between  one  device  and  another,  as  well  as  with  a 
computer.  Thanks  to  these  improvements,  these 
instruments  can  achieve  immeasurably  greater 
subtlety  of  expression,  and  allow  changes  in  real 
time  which  could  previously  be  accomplished  solely 
bv  modifying  a  recording  of  an  electronic 
"synthesizer."  However,  the  advent  of  these  digital 
instruments  (synthesizers,  samplers,  and  their  asso- 
ciated sound-processors)  has  presented,  for  the  first 
time,  the  problem  of  mastering  a  musical  instrument 
without  the  be  -fit  of  sight. 

To  illustrate  the  problem,  one  can  envisage  a  piano 
with  the  usual  three  pedals,  but  each  pedal  has  two 
dials  associated  with  it.  Suppose  you  press  the  soft 
pedal  and  nothing  happens  except  that  a  visual  dis- 
play lights  up  and  asks  you  to  turn  the  two  dials  to 
select  the  highest  and  lowest  notes  of  a  group  which 
you  wish  to  soften.  As  you  turn  the  dials,  numbers 
indicate,  from  1  to  88,  which  notes  will  be  affected. 
Once  you  have  selected  the  range  to  be  softened, 
you  press  an  "enter"  button.  Now,  right  above  the 
soft  pedal  is  a  smaller  pedal.  Press  it,  and  the  soft 
pedal  reverts  to  affecting  the  whole  keyboard.  Press 
the  smaller  pedal  again,  and  you  again  affect  the 
smaller  range  you  set  by  those  two  dials. 

Thus,  on  a  modern  synthesizer  each  control  switch 
can  perform  a  host  of  functions,  depending  upon 
which  of  its  menus  is  chosen.  Further,  the  newer 
synthesizers  and  samplers  resemble  pipe  organs  in 


that  they  contain  several  distinct  "instruments" 
which  can  be  played  simultaneously.  A  computer  is 
often  used  to  store  data  for  "playing"  the  music,  and 
data  which  dictates  the  synthesizer's  sound  charac- 
teristics. Except  for  very  sophisticated  installations, 
the  computer  does  not  generate  the  sound  itself  -  it 
plays  the  synthesizer  much  as  a  piano  roll  plays  a 
player  piano.  The  program  for  doing  this  is  termed 
a  "sequencer"  and,  because  the  musician  may  use 
the  program  to  play  only  a  portion  of  the  piece,  the 
computer-generated  part  is  termed  a  "sequence." 
The  software  which  contains  the  data  that 
constitutes  a  synthesizer's  instrument  parameters  is 
called  a  "patch  librarian."  Such  a  program  can  have 
many  different  files,  each  of  which  contains  a 
different  set  of  sound  parameters.  These  can  be 
used  with  a  synthesizer  which  is  "programmable"  -- 
that  is,  its  "patches,"  or  "voices"  can  be 
reprogrammed  to  have  parameters  other  than  those 
which  the  factory  first  installed.  Access  to  all  these 
features  can  become  very  problematic  for  the  blind 
operator. 

Investigation  of  Present  Employment  Status  of 
Blind  Users 

We  have  contacted  a  number  of  blind  musicians 
who  earn  their  living  in  music  using  electronic 
equipment.  Those  contacted  to  date  have  avoided 
areas  of  employment  in  which  on-the-spot  changes 
in  synthesizer  settings  requiring  the  ability  to  see 
the  display  are  a  critical  factor.  Rather,  they  focus 
on  the  creation  of  music  which  is  destined  to  be 
recorded.  In  these  instances  the  extra  time  needed 
for  familiarization  with  and  operation  of  the 
equipment  does  not  significantly  impinge  on 
someone  else's  time.  We  have  identified  several 
potential  areas  of  employment  such  as  teaching  and 
work  in  automated  recording  studios  which  might 
require  on-site  use  of  pixel-based  computers  and 
other  more  difficult  systems.  Our  investigations 
indicate  that  these  situations  may  be  made  more 
tractable  by  the  inclusion  within  recent  music- 
sequencing  software  of  "standard  MIDI  files."  This 
serves  the  equivalent  function  of  converting  text  in 
a  word  processor  into  an  ASCII  file.  The  music  can 
be  played  independent  of  any  particular  software.  If 
further  revision  is  desired,  the  "sequence"  can  be 
reconfigured  into  another  sequencing  program. 

Investigation  of  Access  to  Instrument  Displays 
and  Controls 

A  major  reported  difficulty  among  blind  musicians 
is  not  so  much  with  the  use  of  the  computer  in 
arranging  the  music,  but  with  the  mastery  of  the 
electronic  musical  instruments  themselves.  Without 
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access  to  the  information  on  the  instruments'  dis- 
plays, a  blind  musician  cannot  "fiddle"  with  the 
instrument  in  the  store  to  obtain  an  idea  of  its 
features.  Some  instruments  afford  further 
discouragement  in  the  form  of  a  control  panel  which 
is  absolutely  smooth  to  the  touch.  Although  blind 
vjers  usually  have  a  gridwork  laid  over  the  panel  to 
demarcate  the  positions  of  controls,  no  real  use  can 
be  made  of  the  instrument  until  this  is  done.  Those 
musicians  who  are  Optacon  users  can  read  some 
displays  if  they  use  LEDs  (light-emitting  diodes). 
They  can  also  use  the  Optacon  to  browse  ti.rough 
equipment  manuals,  but  this  is  only  a  partial 
solution.  An  example  of  what  can  happen  without 
feedback  from  the  display  is  the  following  report 
from  a  blind  user: 

"/  pressed  a  key,  I  got  nothing.  After  setting  pa- 
rameters which  should  guarantee  the  presence  of  a 
sound,  I  still  had  nothing.  The  display  was  telling 
me  all  the  time  that  the  sound  had  its  time-delay  set 
to  #127,  which  meant  the  sound  wouldn't  happen 
for  30  seconds.  How  ever,  this  isn't  a  function  I 
used  often  enough  to  think  of  immediately.  Finally, 
while  innocently  resting  my  finger  on  that  key, 
thinking  what  to  do  next,  the  30  seconds  concluded 
and  the  music  came  out  of  the  speaker." 

Often,  if  a  blind  user  becomes  disoriented  by  an 
erroneous  button-push,  the  only  practical  solution  is 
to  "power  down  and  reboot"  the  synthesizer,  to 
ensure  that  such  an  error  will  not  be  stored  in  the 
machine's  memory. 

We  have  explored  possible  solutions  to  this  problem 
including  the  use  of  a  program  developed  by 
Michael  Williams  of  France  for  the  Atari  line  of 
computers  which  extracts  this  type  of  information 
via  the  synthesizer's  MIDI  port  and  presents  it  on 
the  computer  screen  at  the  moment  it  changes.  As 
part  of  the  present  study,  we  are  also  exploring 
other  methods  of  instrument  display  access  and  plan 
to  document  and  rank  a  range  of  available 
synthesizers  in  terms  of  their  relative  difficulty  for 
blind  operators  in  this  regard,  as  well  as  contacting 
manufacturers  to  alert  them  to  difficulties  in  access 
to  their  machines. 

Evaluation  of  Suitable  Computer  Access 
Methods  for  Sequencer  Operation 

Access  to  the  computers  used  to  control  and 
monitor  the  modern  synthesizer  presents  special 
problems.  With  the  exception  jf  "Outspoken,"  a 
program  which  allows  the  blind  user  of  a  Macintosh 
to  navigate  with  keyboard  commands  instead  of 
mouse  movements,  non-visual  screen  access  is 
limited  to  text  material.  (Moreover,  a  blind 
programmer  at  Berkeley  Systems  has  found 
conflicts  between  "Outspoken"  and  a  popular 
music-sequencing  program,  "Performer.")  In 
strictly  creative  terms  this  is  not  yet  an  issue,  as 
there  are  some  excellent  text-oriented  programs  for 
use  with  IBM  PC  compatibles.  To  dale  we  have 
tested  three  sequencer  programs:  Cakewalk, 


Miditrack  III  from  Hybrid  Arts,  and  Sequencer  Plus 
III  from  Voyetra  Technologies. 

In  our  accessibility  evaluations  of  Sequencer  Plus 
HI,  one  of  the  most  popular  sequencer  programs,  we 
have  tested  its  use  with  several  screen  access 
programs  for  the  blind,  including  JAWS,  Video 
Voice,  Vos,  SKERF-Pad,  and  Provox.  With  the 
exception  of  the  SKERF-Pad,  these  programs  use 
keyboard  commands  to  perform  the  various  reading 
functions.  They  differ  in  such  strategies  as  the 
creation  of  "windows,"  modification  of  speech 
parameters,  the  identification  of  video 
characteristicj,  and  the  types  of  information  which 
will  be  spoken  automatically.  We  have  documented 
their  performance  in  this  application  and  the 
occasional  conflicts  between  keystrokes  in  the 
screen-reader  and  the  application  program  --  along 
with  methods  of  resolving  these  problems. 

The  SKERF-Pad  offers  a  different  approach.  It  uses 
the  Touch  Window,  a  touch-sensitive  tablet 
equipped  with  an  overlay  which  contains  raised 
lines  (one  for  each  line  on  the  screen),  and  a  number 
of  "boxes"  which  serve  as  controls.  It  has  been 
found  to  be  particularly  useful  in  this  application 
because  of  its  replication  of  screen  "geography"  and 
its  transparency  to  the  application  software.  It  is 
also  convenient  to  use  in  conjunction  with  one  of 
the  other,  more  conventional,  screen  readers.  The 
SKERF-Pad  makes  the  constant  jumping  around  the 
screen  easy  to  monitor,  while  the  alternative  screen 
readers,  used  as  back-up,  provide  for  the  automatic 
speaking  of  material  which  changes  as  commands 
are  issued. 

Summary  of  Results  to  Date 

We  have  now  evaluated  several  music  sequencer 
programs  for  the  IBM  PC  and  compatibles,  in 
conjunction  with  several  screen  access  systems  for 
the  blind,  and  have  found  techniques  for  making  at 
least  a  majority  of  the  sequencer  features  accessible. 

As  a  result  of  our  discussions  with  Voyetra 
Technologies,  backed  up  by  input  from  other  blind 
users  of  electronic  music  synthesizers,  the  company 
now  supplies  on  computer  disks  the  manual  for  their 
SP  GOLD  sequencer  program. 

Our  music  synthesizer/computer/sequencer  system 
(Figure  1)  has  been  used  in  demonstrations  to  such 
bodies  as  the  California  Transcribers  and  Educators 
of  the  Visually  Handicapped,  to  raise  awareness  that 
blind  persons  can  gain  access  to  such  equipment 
using  modem  technology. 

We  have  also  investigated  access  to  software  which 
prints  music  from  MIDI  data  and  which  will  also 
play  back  from  a  score  after  its  data  is  entered  in. 
Several  possible  solutions  to  this  problem  arc  under 
exploration.  For  example,  a  collaborator  at  the 
Berklee  School  of  Music  in  Massachusetts,  Jack 
Jarrett,  has  developed  a  program  called  Music 
Printer  Plus  for  the  PC.  It  does  not  utilize 
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Figure  1. 

Synthesizer/Sequencer  Access 
Test  and  Demonstration  System 


Windows,  and  in  general,  he  wishes  it  to  be  easy  for 
musicians  to  use.  Voyetra  Technologies  is  support- 
ing his  software,  and  he  is  collaborating  with  us  on 
making  such  a  program  usable  for  blind  musicians 
(and  other  disabled  musicians  who  must  access  the 
computer  by  means  other  than  a  keyboard). 

Work  has  begun  on  an  accessibility  manual  for 
blind  musicians,  to  assist  persons  wishing  to  use 
modern  synthesizer  equipment  in  their  jobs  or 
pastimes.  We  have  published  a  series  of  articles  in 
braille,  cassette,  and  computer  disk  versions  on  this 
subject,  including  articles  on  equipment  and 
definitions,  synthesizer  history  and  features,  the 
MIDI  interface  and  language,  software  sequencer 
access,  and  sources  and  resources.  Much  of  this 
material  will  be  adapted  for  later  separate 
publication  and  distribution  to  blind  musicians. 

Collation  of  the  information  from  all  of  these  efforts 
into  a  handbook  for  blind  musicians  covering 
equipment  and  software  selection,  advantages, 
limitations,  and  use  is  planned. 
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ABSTRACT 

Motion  direction  of  vibrotactile  patterns  presented  to  the 
fingertip  via  the  OPTACON  was  examined  using  lines 
'nonsense'  symbols,  and  letters.  Discriminability  of  motion 
direction  increased  as  the  stimulus  onset  asynchrony  (SOA) 
betv.2°n  the  successive  stimulus  -frames"  that  produced  the 
percept  of  motion  increased.  Also,  SOA  interacted  with 
stimulus  display  time.  The  results  are  interpreted  in  terms 
ofstimulusmaskingand  temporal  integration.  Implications 
for  sensory  substitution  and  the  visually  impaired  are 
discussed. 


BACKGROUND 

When  the  skin  is  used  as  a  sensory  substitute  for  vision,  it 
IS  CMtical  that  the  stimuli  are  presented  in  a  way  that' is 
maximally  compatible  with  the  tactile  modality  (I).  To 
achieve  this  goal,  it  is  imperative  to  determine  what 
constitutes  a  'good'  stimulus  pattern  (3).  The  OPTACON  is 
a  commercially  available  reading  aid  for  the  blind  that  can 
present  printed  text  or  spatio-temporal  patterns  tactually  to 
the  fmgertip  (2).  It  is  essential  to  delineate  the  elements  of 
vibrotactile  stimulus  patterns  that  make  them  maximally 
discnminable,  rather  than  to  assume  that  the  tactile  sense 
can  function  as  an  extended  retina. 

RESEARCH  QUESTIONS 

The  purposes  of  this  study  were  to  investigate  the  effects  of 
(a)  stimulus  complexity  and  meaningfulness,  and  (b)  the 
temporal  variables  SOA  and  display  time  on  discrimination 
of  motion  direction  of  vibrotactile  stimuli,  as  these  are 
critical  dimensions  in  the  processing  of  OPTACON 
stimulation 

EXPERIMENT  1  METHOD 

?'''?iWs:  Four  sighted  participants  (one  female,  three  male) 
with  no  formal  OPTACON  training  served  as  obser\'eri. 

ApwrgtU?:  An  OPTACON  (OPtical-to-TActile  CONverter) 
tactile  display  interfaced  with  an  IBM  PC  XT 
microcomputer  was  used  to  delivei  stimuli.  The 
OPTACON's  display  consists  of  a  matrix  of  piezoelectiic 
bimorph  reeds  or  "pins"  (6  column  by  24  row  array) 
vibrating  at  230  Hz. 

Sl!m!J!i:  In  Experiment  I-A,  stimuli  consisted  of  vertical 
bars  that  were  Ipin  wide  by  10  pins  high.  Each  bar  was 
"sciolled-  or  moved  right  or  left  across  the  width  of  the 
matnx  (six  pins).  In  Experiment  1-B,  stimuli  were 
horizontal  bars  six  pins  wide  by  one  pin  high,  scrolled  up 
or  down  across  the  upper  10  pins  of  the  matrix.  Note  that 
the  area  defined  by  scrolling  in  Experiment  1-A  (10  x  1 
pins,  scrolled  horizontally  by  6)  is  equal  to  that  in 
Experiment  I-B  (1x6  pins,  sciolled  vertically  by  10) 


Because  the  spacing  of  pins  is  denser  vertically  than 
horizontally,  a  6  x  10  pin  matrix  has  an  area  of  about  1 1.0 
X  1 1.25  mm  and  forms  an  approximate  square. 

The  motion  obtained  on  the  OPTACON  display  was 
achieved  by  presenting  the  stimuli  in  a  sequence  of  discrete 
steps  or  "frames."  After  onset  of  a  stimulus  frame,  there 
existed  a  brief  temporal  delay  beforr  the  frame  was 
replaced  by  the  succeeding  frame,  in  which  the  relative 
position  of  the  bar  changed  by  a  small  amount  (i.e.,  by  one 
pin  in  the  desired  direction  of  motion)  from  the  previous 
position.  The  result  of  successive  presentations  of  these 
display  frames  was  a  percept  of  motion. 

Presentation  of  stimuli  using  the  OPTACON  is 
conventionally  described  in  terms  of  display  time,  defined 
as  beginning  when  the  bar  appears  on  one  side  of  the 
matrix,  and  as  ending  when  the  bar  exits  the  opposite  side 
of  the  matrix  (3).  However,  due  to  the  difference  between 
horizontal  and  vertical  pin  density  on  the  display  matrix. 
Experiments  1-A  and  1-B  could  not  be  meaningfully 
compared  in  terms  of  display  time.  Although  both 
horizontal  and  vertical  motion  occurred  across  the  same 
amount  of  physical  space  (about  1 1  mm),  more  steps  were 
required  to  scroll  the  bars  vertically,  which  resulted  in  a 
longer  display  time  and  a  slower  rate  of  motion.  Thus, 
neither  rate  of  motion  nor  display  time  can  be  used  to 
equate  horizontal  and  vertical  motion.  However, 
horizontal  and  vertical  motion  can  be  directly  compared 
using  duration  of  the  delay  between  succrisive  frame 
onsets,  i.e.,  SOA  be^.veen  frames.  SOAs  u^ed  in  each 
condition  were  5,  10,  15,  20,  and  25  ms. 

Pro<;e(Jurg:  Each  subject  rested  his  or  her  left  index  finger 
on  the  tactile  matrix  of  the  OPTACON.  Amplitude  of  pin 
vibration  was  kept  at  a  constant,  comfortable  level,  which 
was  maintained  throughout  the  experiment.  To  reduce 
distractions  and  auditory  cues  produced  by  the  vibrotactile 
matrix,  subjects  wore  headphones  delivering  white  noise, 
Trials  were  presented  using  a  two-alternative  forced  choice 
procedure,  and  were  self-paced. 

In  Experiment  1-A,  four  vertical  bars  were  scrolled  right-to- 
ieft  or  left-to-right  across  the  width  of  the  matrix  in  a  "Times 
Square"  mode.  In  each  trial,  three  of  the  bars  moved  in  the 
same  direction;  one  bar  always  moved  in  the  opposite 
direction  of  tiie  other  three.  Th's  "opposite  motion"  bar 
was  systematically  varied  to  appear  in  all  temporal 
positions:  first,  second,  third,  and  fourth.  The  stimuli  were 
groups  I  into  two  pairs  of  two  bars,  with  a  temporal  gap  of 
100  ms  within  pairs  and  250  ms  between  pairs.  Because 
of  this  grouping,  one  stimulus  pair  contained  two  bars 
moving  in  the  same  direction,  whereas  the  other  pair 
contained  two  bars  moving  in  opposite  directions.  The 
subjects'  task  was  to  identify  the  pair  of  bars  (first  or 
second)  that  contained  the  opposite  motion  bar.  Subjects 
pressed  one  of  two  pushbuttons  on  a  switchbox  to  indicate 
responses.   Direction  of  motion  of  the  opposite  bar  was 
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countertialanced:  in  half  the  trials,  three  bars  moved  right 
and  the  opposite  bar  moved  left;  in  the  other  half,  three 
bars  moved  left  and  the  opposite  bar  moved  right.  No  trial- 
by-trial  feedback  was  given.  The  format  of  the  task  in 
Experiment  1-B  was  identical  with  that  in  Experiment  1-A, 
except  that  horizontal  bars  scrolled  up  and  down  across  the 
fingertip  (i.e.,  along  a  different  axis  of  motion). 

Each  Subject  received  50  repetitions  of  each  of  the  40 
conditions  for  a  total  of  2000  trials  in  each  part  of 
Experiment  1.  The  order  of  presentation  of  conditions  in 
each  block  was  randomized  (1  block  -  80  trials). 
Experiments  1-A  and  1-B  were  alternated  every  five  blocks 
to  compensate  for  any  practice  effects. 

EXPERIMENT  2  METHOD 

Subjects:  Four  sighted  participants  (one  male,  three  female) 
with  no  formal  OPTACON  training  served  as  observers  in 
Experiments  2  and  3.  Only  the  male  participant  served  in 
Experiment  1  as  well. 

Stimuli:  Stimuli  consisted  of  10  non-alphanumeric  symbols, 
created  to  have  no  intrinsic  semantic  value  to  the  observers 
(7);  see  Figure  1.  When  centered  on  the  matrix,  all 
symbols  occupied  a  maximum  width  of  6  columns,  and  a 
maximum  height  of  18  rows. 

Procedure:  As  in  Experiment  1,  the  observers'  task  was  to 
decide  which  pair  of  symbols  contained  the  opposite- 
motion  symbol.  In  Experiment  2-A,  symbols  scrolled  left 
and  right  across  the  width  of  the  display  matrix  (6 
columns),  and  in  Experiment  2-B,  they  scrolled  up  and 
down  across  the  upper  18  rows  of  the  matrix.  Note  that 
the  i  ncreased  scrolling  distance  i  n  Experi  ment  2-B  produced 
a  longer  display  time  at  each  SOA  than  in  Experiment  1-B. 
SOAs  were  the  same  as  in  Experiment  1 .  The  temporal  gap 
between  symbols  was  200  ms,  and  between  pairs  of 
symbols  was  350  ms. 

Each  subject  received  52  presentations  of  each  of  100 
conditions,  for  a  total  of  5,200  trials  in  each  part  of 
Experiment  2.  The  order  of  presentation  of  conditions  in 
each  block  (1  block  -  400  trials)  was  randomized. 
Experiments  2-A  and  2-B  were  also  alternated  every  block. 

EXPERIMENT  3  METHOD 

Stimuli:  In  this  experiment,  stimuli  were  comprised  of  10 
alphabetic  characters.  Of  these  10  letters,  5  were  the  least- 
confused  letters  presented  via  an  OPTACON  (6):  t,  O,  /,  C, 
and  U.  The  remaining  5  were  the  most-  confused  letters: 
Z,  S,  B,  X,  and  C.  All  letters  were  presented  in  upper  case, 
in  IBM  stendard  Gothic  sans-serif  font. 

When  centered  on  the  tactile  matrix,  all  letters  had  a 
maximum  height  of  18  rows,  and  maximum  width  of  6 
columns  (except  the  letter  /,  which  had  a  maximum  width 
of  3  columns). 

Procedure:  Same  as  Experiment  2.  In  Experiment  3-A, 
symbols  scrolled  left  and  right;  in  Experiment  3-B,  they 
scrolled  up  and  down. 

RESULTS 


The  longer  the  SOA  between  frames  (i.e.,  the  slower  the 
motion),  the  greater  the  proportion  of  correct  responses. 
These  results  are  shown  in  Figure  2.  In  Experiment  1, 
three-way  (SOA,  axis  of  motion,  and  direction  of  opposite 
motion)  repeated  measures  analysis  of  variance  (ANOVA) 
was  performed.  Only  SOA  had  a  significant  effect,  f  (4, 
60)  -  41.5,  p  <  O.OOl.  For  Experiments  2  and  3,  four- 
way  (SOA,  axis  and  direction  of  opposite  motion,  and 
symbols)  ANOVAs  were  performed.  Main  effects  of  axis  of 
motion  were  obtained  in  Experiment  2,  F  (1,  600)  - 
652.72,  p  <  0.001,  and  in  Experiment  3,  F  (1,  600)  - 
533.62  p  <  0.001 .  As  expected,  a  mai  n  effect  of  SOA  was 
found  in  Experiment  2,  F  (4,  600)  -  700.12,  p  <  0.001, 
and  in  Experiment  3,  F  (4,  600)  -  622.94,  p  <  0.001. 
Some  letters  in  Experiment  3  were  significantly  more 
discriminable  than  others,  F  (9,  600)  -  2.72,  p  <  0.01. 

Significant  interactions  were  also  obtained  in  Experiments 
2  and  3.  Axis  x  SOA  was  significant  in  both  experiments: 
F  (4,  600)  -  268.97,  and  F  (4,  600)  -  350.18,  both  having 
p  <  0.(X)1.  In  Experiment  2,  an  axis  x  symbol  interaction, 
F  (9,  bOO)  -  3.85,  p  <  0.(X)1,  and  an  axis  x  direction 
interaction,  F  (1,  600)  -  8.96,  p  <  0.01,  were  obteined. 
Significant  differences  also  existed  between  Experiments  1 
and  3,  and  Experi  ments  1  and  2,  F  (2,  1 677)  -  2 1 .46,  p  < 
0.001. 

Post  hoc  comparisons  were  carried  out  using  Scheff6's 
procedure  with  a  -  0.05.  Performance  in  Experiment  1 
was  significantly  lower  than  in  Experiments  2  and  3.  In  all 
three  experiments,  the  two  briefest  SOAs  were  found  to  be 
significantly  different  from  all  other  SOAs.  In  Experiment 
2,  the  15  ms  SOA  differed  significantly  from  the  longest 
SOA.  Finally,  in  Experiment  3,  the  motion  direction  of 
letters  /  and  U  was  found  to  be  more  discriminable  than  C, 
C,  Z,  L,  and  X. 

DISCUSSION 

The  finding  that  no  significant  difference  existed  between 
Experiments  2  and  3  is  likely  due  to  subjects  only  having 
to  make  simple  discriminations  of  stimulus  direction,  and 
not  higher-order  cognitive  discriminations  such  as  symbol 
or  letter  identification.  This  difference  in  tasks  is  likely 
responsible  for  the  dissimilar  results  found  in  a  previous 
letter-identification  task  (6).  However,  the  similarities  in 
results  between  direction  discriminability  and  letter 
identification  should  not  be  dismissed.  It  may  be  that  the 
characteristics  of  letters  that  affect  their  motion-direction 
discriminability  also  play  a  role  in  their  identification. 

In  general,  the  results  due  to  temporal  manipulations  are  in 
agreement  with  those  of  Craig  (3,  4),  who  used  a  letter- 
recognition  task.  The  difficulty  in  discriminating  motion 
direction  at  the  briefer  SOAs  can  be  accounted  for  by 
temporal  integration  between  stimulus  frames.  Evans  (5) 
suggested  that  a  tact  '  stimulus  creates  a  trace  that  is  kept 
in  a  sensory  store,  i  jm  which  it  immediately  begins  to 
deteriorate.  If  a  second  stimulus  is  presented  in  close 
temporal  contiguity  with  a  preceding  stimulus-such  that  the 
first  trace  has  not  sufficiently  deteriorated-then  the  two 
traces  will  combine,  effectively  masking  each  other.  In  this 
study,  each  display  frame  is  affected  by  forward  and 
backward  masking  caused  by  the  preceding  and  succeeding 
display  frames,  respectively.  Craig  (4)  found  evidence  that 
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temporal  integration  caused  vibrotactile  pattern  masking. 
Also,  temporal  integration  increased  as  SOA  between 
patterns  decreased  (3),  and  almost  total  i  ntegration  occurred 
at  SOAs  of  less  than  10  ms  (4). 

The  data  support  the  masking  hypothesis.  Performance 
increased  with  Increasing  SOA,  suggesting  that  at  longer 
SOAs  masking  has  less  of  an  effect  on  discrimination  of 
motion  direalon.  Whereas  percent  correct  discriminations 
were  at  chance  level  at  an  SOA  of  5  ms  (except  in 
Experiments  2-Band  3-B),  they  approached  asymptote  at  15 
ms  SOA  (see  Figure  2).  Also,  the  greatest  increase  in 
performance  occurred  between  5  and  15  ms  SOA. 

Motion  may  be  determined  by  comparing  relative 
displacements  of  stimuli  on  the  skin.  For  example,  for  a 
left-moving  stimulus,  the  first  pattern  is  succeeded  by 
another  one  slightly  to  the  left  of  It.  The  direction  of 
motion  may  be  inferred  by  comparing  the  relative 
displacements  of  successive  franies.  Evans  (6)  found  that 
subjects  could  not  determine  the  order  of  two  events  at 
brief  SOAs,  due  to  masking  probably  caused  by  temporal 
integration.  Thus,  at  brief  SOAs,  errors  in  judgments  of 
temporal  order  may  cause  errors  in  motion  direction 
inferencing. 


Meeting:  Pacific  Division,  Vancouver,  SC. 
7.  Lechelt,  E.  C,  &  Loepelmann,  K.  A.  (1990).  Effect  of 
presentation  rate  in  tactile  discrimination  of  dynamically 
presented  symbols.  Canadian  Psyc'io/ogy,  31,  206. 
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Experiments  2-B  and  3-B  produced  greater  discriminability 
of  motion  direction  that  cannot  be  accounted  for  in  terms 
of  SOA.  The  patterns  scrolled  across  a  greater  distance  and 
were  presented  for  a  longer  display  time  in  Experiments  2-B 
and  3-B  than  in  Experiments  2-A  and  3-A.  By  examining 
the  results  in  icrms  of  display  time,  however,  these 
differences  are  diminished  (see  Figure  3).  It  is  apparent  that 
SOA  alone  cannot  account  for  the  results,  but  because 
display  time  is  confounded  with  distance  of  motion,  one 
cannot  reach  a  conclusion  regarding  the  basis  of  'he 
increased  motion  direction  discriminability  in  Experiments 
2  and  3  (compared  to  Experiment  1), 

The  above  findings  have  implications  for  sensory 
substitution  in  general,  and  tactile  reading  in  particular. 
Future  research  in  this  area  should  identify  the 
characteristics  that  make  spatio-temporal  tactile  patterns 
such  as  letters  more  discriminable,  and  investigate  how 
SOA  interacts  with  display  time  and  distance  of  motion,  in 
order  to  determine  the  most  efficient  means  of  "reading" 
using  the  OPTACON. 


Figure  2.  Ctecnminations  of  rrrolion 
direction  as  a  ftjtKtion  of  SOA. 
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Figure  3  Discnminations  of  motion 
direction  as  a  function  of  display  time 
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Abstract 


Some  recent  technological  break- 
throughs in  mimicking  the  higher 
animal  retina's  ability  to  prepro- 
cess  visual  signals  and  the  maturing 
of  binaural  (true  3D)  sound  imaging 
systems  provide  a  unique  opportun- 
ity window  for  a  completely  new  de- 
vice for  helping  the  blind  to  "navi- 
gate" and  advoid  obstacles. 

In  the  past  there  have  been  severe 
stumbling  blocks  in  that  blind  aids 
were  either  narrow-field  ranging 
systems,  eg  the  ultrasonic  cane  - 
which  required  a  large  amount  of 
purposeful  and  cognitively  demanding 
manual  scanning  to  "build-up  a  men- 
tal picture",  (serial  scanning)  or 
otherwise  2D  (vibro-tactile)  repre- 
sentations with  the  implications  of 
wide  bandwidth  (information-transfer 
rate)  and  the  awesome  problem  of 
distinguishing  features  of  interest 
from  background  noise  in  the  face  of 
poor  spatial  resolution.  The  inhe- 
rent problem  of  how  to  transfer  this 
large  amount  of  information  in  par- 
allel to  the  blind  user  remains  un- 
solved, in  spite  of  many  years  of 
research  in  2D  vibro-tactile,  elect- 
rical surface  stimulation,  implanted 
micro-electrodes  in  the  occipital 
(visual)  cortex  etc. 

Mew  Taobnologles 

In  publications  in  the  last  2  years 
by  the  CALTECH  LSI  group  under  Car- 
ver Mead  (see  ref )  ,  has  revealed  a 
completely  new  approach  to  the  pro- 
blem of  handling  large  amounts  of 
real-world  data  in  real-time.  The 
imprecise-ness  and/or  uncertainty  of 
these  kind  of  data  lend  themselves 
to  large-scale  manipulations  such  as 
preprocessing:  feature  extraction, 
spatial  and  temporal  filtering  etc. 
In  order  to  do  these  in  anything 
like  real-time  precludes  a  digital 
approach.  The  technology  -  pioneered 
by  Mead  uses  multi-layered  LSI  net- 
worked elements  in  an  analogue  com- 
puting solution  to  the  problem.  The 
connectivity  of  the  particular  ana- 


logue elements  represents  the  hard  • 
wired  (programming)  aspects  which 
uniquely  define  the  mode  of  opera- 
tion of  the  network.  One  recent 
project,  the  subject  of  a  PhD  thesis 
by  Misha  Mahowald,  uses  just  such  an 
approach  to  mimicking  the  retina's 
architecture  and  function.  The  out- 
put of  this  "artificial  retina"  is 
not  a  large  amount  of  visual  2D  par- 
allel data  as  one  would  expect  from 
a  simple  CCD  video  camera)  but 
rather  a  qualitative  set  of  3D  refe- 
rence points  where  "something  of 
interest"  exists.  Features  of  inte- 
rest may  be:  hard  edges,  eg  a  verti- 
cal bar  of  narrow  width  might  repre- 
sent a  pole,  a  horizontal  step 
change  in  brightness  -  the  horizon: 
or  more  interestingly  things  moving 
relative  to  background  may  be  either 
truly  moving  objects,  eg  another 
person  -  or  otherwise  inanimate  ob- 
jects appearing  to  move  since  they 
are  nearer  the  moving  "eye"  (the  so- 
called  visual  flow  field) . 

This  work  constitutes  a  major  break- 
through in  the  real-time  data  reduc- 
tion/feature extraction  problem 
which  has  bedevilled  the  artificial 
vision,  (sometimes  called  robotic 
vision)   field  for  many  years. 

Another  more  mature  technology,  pio- 
neered by  the  NASA  AMES  group,  f Fos- 
ter, Fisher,  Wenzel)  and  since  com- 
mercialised as  the  CONVOLVATRON  (see 
ref)  is  part  of  the  explosion  of 
auditory,  visual,  touchy  and  feely 
human  interface  devices  which  are 
entering  the  highly  lucrative  market 
of  VIRTUAL  REALITY  systems.  This 
new  concept  addresses  the  fact  that 
a  human  user  interacting  with  infor- 
mation technology  devices  is  severe- 
ly limited  by  the  traditional  inter- 
face, ie  screen  and  keyboard.  The 
multiplicity  of  human  sensory  and 
motor-output  capabilities,  provides 
a  much  richer  experiential  environ- 
ment than  current  interfaces  allow. 
The  object  of  vitual  reality 
research  is  to  build  a  better  map- 
ping of  the  information  space  onto 
the  users'  perceptual  and  semantic 
world. 


RESNA  International  ^  •  June  6-11,  1992  153 


1G6 


THE  EARSIGHT  PROJECT 


The  Challenge 

Totally  blind  people  usually  have 
all  their  other  senses  and  it  is  the 
object  of  this  rather  ambitious  pro- 
ject to  use  the  redundancy  in  infor- 
mation -  handling  capacity  of  the 
blind  to  allow  representation  of 
their  absent  visual  sensation  by 
transforming  it  into  the  AUDITORY 
domain. 

To  clarify  this  idea,  which  for 
those  of  normal  visual  ability  may 
be  difficult  to  conceptualise,  con- 
sider the  notion  of  a  blind  person 
who  enjoys  going  out  into  his  garden 
when  it  is  raining,  to  "listen  to 
the  garden"  -  not  the  rain.  As  you 
can  imagine,  the  blind  listener  will 
"hear"  each  significant  object  -  the 
garden  shed,  the  pathway,  the  lawn 
differently  -  each  in  its  precise 
place  and  with  a  particular  "text- 
ure" or  sound  coloration  peculiar  to 
the  nature  of  the  surface,  eg  hard  - 
the  path  or  soft  -  the  lawn. 

Methods 

The  first  phase  of  this  project  will 
be  to  allow  congenitally  blind  chil- 
dren, as  young  as  is  practicable,  to 
play  in  a  highly  structured  interior 
space,  with  walls,  chairs,  tables, 
sofas,  doors  etc.  Whilst  experienc- 
ing the  real  sensations  of  3D  space: 
distance,  position,  size  and  texture 
to  the  touch,  they  will  be  given, 
via  earphones,  synthesized  auditory 
ICONS  of  the  same  space,  including 
the  objects,  which  are  produced  by 
the  convolvatron  at  the  precise  pos- 
ition and  with  particular  sonic  tex- 
ture to  help  identify  their  situa- 
tion, size,  character  and  surface. 
The  biggest  challenge  in  this  phase 
of  the  project  is  to  choose  suitable 
auditory  ICONS  ie  outlines  and  fill- 
in  sound-texturing  to  provide  enough 
useful  information  to  define  posi- 
tion and  to  help  identify  the 
object. 

Once  this  psycho-perceptual  problem 
is  solved  we  will  be  in  a  better 
position  to  use  the  information  to 
design  an  automatic  visual  feature- 
extraction  system  which  will  provide 
the  input  to  the  auditory  icon-text- 
ure generator. 

The  concept  of  "visualising"  the 
shape  and  layout  of  a  room  by  tap- 
ping a  cane  and/or   listening  to  the 


natural  echoes  from  sounds  and 
speech  is  well-known  (ref ) .  Many 
blind  people  develop  an  uncanny 
ability  to  use  this  information  - 
which,  of  course,  is  redundant  to 
the  sighted  people  (and  is  probab- 
ably  overlooked) . 

The  resolution  of  the  silicon  arti- 
ficial retina  is  at  present  a  limit- 
ation, but  seems  to  be  only  a  prob- 
lem of  scaling  (with  cost-implica- 
tions) . 

Preliminary  results  in  the  audio- 
representation  field  are  encouraging 
and  we  do  not  foresee  a  problem  in 
this  area. 

One  remaining  consideration  is  the 
lack  of  an  overall  direction-feed- 
back mechanism  for  incorporating 
into  the  aid.  It  is  possible  that 
with  the  decrease  in  cost  and  incre- 
ase in  resolution  of  portable  satel- 
lite-navigation-systems this  techno- 
logy may  be  added  to  allow  blind 
users  to  have  a  constant  reference 
for  direction  and  position  even  when 
walking  freely  in  open  spaces. 


Conclusions  and  Future  Considera- 
tions 

This  is  a  very  large  project  but  can 
be  attacked  in  chunks.  Key  resear- 
chers in  the  fields  of: 

*  Silicon  retina/LSI  feature  extrac- 
tion 

*  Psychoperception  of  audio-imaging 

*  Virtual  reality  audio  representa- 
tion 

have  agreed  to  cooperate  (ref) .  The 
coordiation  of  the  project  will  be 
the  responsibility  of  the  author  who 
is  undertaking  his  sabbatical  at 
Stanford  University  as  from  June 
1992.  Researchers  interested  in 
collaborating  in  this  project  should 
communicate  with  the  author. 
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ABSTRACT 

The  effective  use  of  a  pointing 
device  such  as  a  mouse  or 
trackball  is  important  in 
operating  a  graphical  user 
interface  or  computer  aided 
design  system.  Presently,  there 
are  no  low-cost  software  packages 
available  to  test  pointing 
ability  objectively. 

This  paper  describes  a  software 
package  that  has  been  developed 
to  test  targeting,  pointing, 
switch  activation,  and  dragging 
ability.  The  program  is  simple 
to  use  for  the  client  and 
evaluator.  Time  and  accuracy 
data  are  recorded  and  available 
in  detailed  or  summary  form. 

INTRODDCTION 

There  has  been  a  dramatic 
increase  in  the  use  of  graphical 
user  interfaces  (GUI)  in  many 
computer  software  environments. 
Low-cost  computer  aided  design 
(CAD)  systems  are  also  increasing 
in  use.  These  systems  require 
effective  use  of  a  pointing 
device.  The  selection  of  an 
appropriate  device  may  determine 
whether  or  not  a  GUI  or  CAD 
system  can  be  used. 

Pointing  devices  are  often  chosen 
using  a  subjective  trial  and 
error  approach.  Several 
researchers  have  tried  to  compare 
the  operation  of  pointing  devices 
(Baecker  and  Buxton,  1987; 
Dymond,  Potter,  and  Griffiths, 
1990) .  In  addition,  at  least  one 
IBM-based  testing  system  has  been 
demonstrated  (Brownlow,  et  al., 
1990) .  However,  currently  there 
is  no  system  readily  available  to 
objectively  assess  the  use  of 
pointing  devices  for  GUI  or  CAD 
applications. 

We  felt  that  such  an  assessment 
package  would  help  evaluators 
make  an  objective  choice  of  an 
appropriate  pointing  device. 


Quantifiable  data  may  also  assist 
in  the  specification  of  equipment 
to  a  funding  agency.  Given  this 
need,  a  software  package  has  been 


developed  that  tests  pointing 
ability  on  various  devices  and 
records  results  for  analysis  and 
comparison . 

DESIGN  OBJECTIVES 

♦  The  test  should 
quantitatively  assess  direct 
manipulation  of  a  pointing  device 
in  terms  of  speed  and  accuracy. 

♦  The  test  should  operate 
similarly  to  an  actual  CAD 
application. 

♦  The  test  should  be  able  to 
compare  a  variety  of  input 
devices. 

♦  The  test  should  be  easy  for 
the  evaluator  and  client  to 
operate. 

♦  The  test  should  take  a 
"reasonable"  amount  of  i  'me. 

♦  The  software  should  be 
affordable. 

♦  The  data  should  be  available 
in  summarized  or  detailed  form. 

♦  The  test  should  have 
repeatable  results. 

DESIGN 

A  Macintosh-based  system  was 
chosen  as  the  platform  for  the 
software.  The  Macintosh  is 
commonly  used  in  assessment,  it 
is  GUI  based,  and  is  a  popular 
option  for  low-cost  CAD  packages. 
In  addition,  no  Macintosh-based 
assessment  software  of  this  type 
has  been  developed.  Finally,  a 
user  friendly  software  package  is 
relatively  simple  to  program  on 
the  Macintosh,  keeping 
development  cost  comparatively 
low. 
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Three  separate  tasks  were 
developed  that  test  the  skills 
required  to  use  a  CAD  or  GUI 
system:  targeting,  pointing-and- 
clicking,  and  dragging. 

Startup 

When  loaded,  the  program  displays 
a  title  screen  and  then  provides 
a  screen  with  prompts  to  record 
client  and  assessment 
information.  The  evaluator  may 
choose  the  type  of  pointing 
device  and  the  task(s)  desired. 
All  three  tasks  may  be  tested  on 
the  same  trial.  A  practice 
session  appears  before  each  task. 

Targeting  Task 

The  test  screen  displays  four 
similar  targets  in  a  square 
pattern.  The      client  must 

position  the  cursor  on  the  target 
indicated  by  an  arrow  and  hold  it 
there  for  0.5  seconds.  When  a 
0.5  second  pause  in  movement  is 
detected,  the  cursor  position  is 
recorded  and  the  next  target  is 
indicated  by  the  arrovf.  The 
process  continues  until  the 
client  moves  around  the  square. 
The  task  begins  with  a  large 
target  approximately  the  size  of 
a  folder  icon  in  the  Macintosh 
system.  After  this  is  completed, 
the  task  is  repeated  using  a 
smaller  target,  approximately  the 
size  of  a  mini-icon.  The  task  is 
repeated  a '  third  time  using  a 
target  approximately  the  size  of 
the  "pull-box"  typically  used  in 
CAD  programs. 

Pointing  and  Clicking  Task 

The  screen  displays  a  pattern  of 
five  targets,  each  approximately 
the  size  of  a  pull-box,  arranged 
in  a  square  pattern  with  one 
target  in  the  middle  of  the 
square,  off-center,  similar  to 
that  shown  in  Fig.  1.  The  client 
is  required  to  move  the  cross- 
hair cursor  to  the  target 
indicated  by  the  arrow,  then 
"click"  to  select  that  point. 
This  is  repeated  for  each  target 
in  a  pattern  that  allows  each 
direction  (north,  east,  south, 
west,  and  the  diagonal 


directions)  to  be  tested.  The 
length  from  beginning  point  to 
the  target  is  the  same  for  each 
move. 

Dragging  Task 

The  screen  displays  the  five 
targets  as  in  the  point  and  click 
task,  as  shown  in  Fig.  1.  The 
client  is  required  to  draw  a  line 
from  one  target  to  another, 
indicated  by  the  words  "begin" 
and  "end".  The  process  to  draw 
is  similar  to  that  of  a  CAD 
package.  The  client  must  point 
the  cursor  at  the  desired 
starting  point,  click  and  hold 
the  pointing  device  switch, 
"drag"  to  the  "end"  target,  and 
release.  With  this  accomplished, 
the  start  and  finish  indicators 
move  on  to  the  next  set  of 
targets,  with  the  former  "end" 
point  becoming  the  new  "begin" 
point.  This  is  repeated  in  the 
same  secjuence  as  in  the  point  and 
click  test. 


BEGIN 

G- 


END 

o 


o 


o 


o 


Practice 


Click  at  BEOIK 
target,  hold 
while  moving 
to  END  target, 
and  release 


f CONTINUE ] 


Figure  1.     Practice  Screen 
for  the  Dragging  Task 

Data  Collection 

Time  and  accuracy  are  recorded 
for  each  task.  Time  is  measured 
in  tenths  of  seconds  and  accuracy 
is  based  on  a  linear  0  to  100 
scale.  A      cursor  position 

directly  on  the  target  is  scored 
as  100,  and  a  cursor  position 
further  than  1/2"  away  from  the 
target  is  scored  as  0.  Points 
falling  within  the  1/2"  range  are 
scored  as  a  linear  function  of 
the  distance  from  the  target. 
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The  targeting  task  records  the 
time  required  to  reach  each 
target  and  the  accuracy  of  the 
cursor  position. 

The  pointing  and  clicking  task 
records  the  time  it  takes  to 
center  over  the  desired  target, 
the  time  required  to  "click"  once 
the  target  is  located,  and  the 
accuracy  of  the  cursor  position. 

The  dragging  task  measures  the 
initial  accuracy  at  switch 
activation,  final  accuracy  upon 
deactivation,  and  the  time 
required  to  move  from  the 
beginning  to  enu  point. 

All  data  are  saved  in  ASCII 
format  for  later  analysis.  The 
data  are  presented  in  a  time  and 
accuracy  "composite"  score  for 
each  task.  If  desired,  the  data 
are  also  shown  in  detailed  form 
for  analysis  of  where  the 
difficulty  may  lie  in  each  task, 
such  as  problems  with  specific 
directions  or  switch  activation. 

C0KCLU8I0K 

There  are  many  factors  involved 
in  the  assessment  process  that 
help  an  evaluator  and  client 
determine  the  best  possible  input 
device  for  a  given  application. 
Learning,  comfort,  cost/benefits 
and  fatigue  all  may  play  a  role 
in  choosing  a  product.  It  is 
hoped  that  this  simple-to-use 
software  program  will  be  a 
helpful  item  in  any  evaluators 
toolbox. 
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Abstract 

As  part  of  a  project  to  develop  an  assessment 
and  optimal  design  procedure  for  computer 
control  by  persons  with  neuromotor 
disabilities,  a  speech  recognition  assessment 
has  been  designed  which  captures  speech  data 
and  allows  it  to  be  manipulated  off-line. 
Analyses  carried  out  with  data  from 
individuals  with  dysarthria  (unclear  speech) 
allow  review  of  aspects  of  each  individual's 
speech  relevant  to  the  project  goal,  including 
distinctness,  accuracy,  test-retest  reliability 
over  time,  and  relation  to  a  clinical  test  of 
intelligibility.  Results  are  presented  for  three 
individuals    with  dysarthria. 

Background 

The  goal  of  much  augmentative 
communication  and  computer  interface 
research  has  been  to  improve  computer 
operation  and  communication  rate.  This 
project  takes  the  approach  that  computerized 
speech  recognition  may  be  exploited  as 
another  control  mode  which  can  be  integrated 
into  the  control  strategies  available  to  an 
individual  with  neuromotor  disabilities.  The 
background  for  this  project  has  been 
described   elsewhere  (1). 

The  first  stage  of  this  project  has  been 
directed  to  dcvelopmert  and  testing  of  a 
speech  recognition  accuracy  assessment  for 
persons  with  dysarthria,  unclear  speech  due 
to   neuromotor  disability. 

Research  Questions 

The  primary  research  question  of  the  project 
as  a  whole  is  whether  and  to  what  extent  the 
evaluation  and  optimal  design  technique  to  be 
developed  will  improve  the  computer 
operation  productivity  of  persons  with 
neuromotor  disabilities.  The  hypothesis 
underlying  this  question  is  that  speech  and 
motor  control  acts  can  be  integrated  in  order 
to  enrich  the  repertoire  of  strategies  available 
to  an  individual  for  operating  her/his 
computer.  Testing  this  hypothesis  requires  a 
speech  assessment  which  captures  speech  and 
makes  it  available  for  evaluation  by  the 
recognition  device  off-line,  so  that  it  can 
figure  in  the  processing  carried  out  by 
optimal  design  algorithms.  Note  that  this 
approach     to    acquiring    speech  recognition 


data  differs  from  standard  practice,  in  which 
the  individual  is  present,  and  his/her  speech 
is  submitted  to  the  recognizer  in  real  time,  for 
matching  against  a  single,  specified  set  of 
templates  previously  created  and  stored  in  the 
device. 

Method 

Participants  in  this  study  are  individuals  who 
identify  themselves  as  having  unclear  speech 
and  who  are  tble  to  read,  the  target  words  of 
the   assessment  vocabulary   list.  Prior  to  the 
assessment,  each  participant  read  a  list  of  50 
words      from      the      Beukelman- Yorkston 
dysarthria   test   (4).   Each   of  these   words  is 
selected  at  random  from  its  set  of  12,  and 
presented  to  the  participant  on  the  computer 
screen.  The  participant  speaks  the  words  into 
the   microphone  and  they   are  tape  recorded 
for  evaluation  by  judges  (two  of  the  authors), 
who  attempt  to  identify  each  word  from  the  set 
of  12  of  which  it  is  a  member.  One  purpose  of 
this  evaluation  is  to  communicate  our  results 
more    clearly    by    providing    an  independent 
measure  of  the  severity  of  the  dysarthria  of 
the       participants       in       the  study. 
Characterizations  of  study  participants  by  type 
and  degree  of  dysarthria  alone  are  inadequate 
for  this   purpose.   The   clinical  measure  also 
allows    for   comparison    between  intelligibility 
to    human    receivers    and    intelligibility  in 
respect   to  the   recognition   device.      Judge  1 
(HH)    was    familiar    with    the  participants' 
speech,   while  Judge  2  (CGT)  was  relatively 
unfamiliar   with   their    speech.    No  participant 
spoke  a  regional  dialect  that  was  unfamiliar  to 
either  of  the  judges. 

%    correct       word  identification 
Code       Gender    Age     Educ.  Etiology     Judge  1 
Judge  2 


TM 

M 

48       10  TBI 

88 

88 

JG 

M 

43       14  CP 

94 

80 

LF 

F 

36       17  CP 

94 

86 

BK* 

M 

23       16  NA 

96 

94 

Table 

1. 

Participants  in 

the 

study 

*BK  is  an  individual  with  typical  speech 
whose  scores  are  provided  for  reference. 

The  speech  recognition  system  utilized  was  the 
DragonWriter  1000,  an  isolated-word,  speaker- 
dependent,  1000-word  vocabulary  system 
installed  in  an  IBM-compatible  computer.  An 
audio  tape-recorder  is  also  used.  Speech  is 
captured  and  stored  by  the  Dragon  system,  and 
is   simultaneously  tape-recorded. 
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Data  collection  takes  place  using  presentation 
software  developed  in  the  project.  Each  word  is 
presented  on  the  screen  (in  enlarged  print), 
and  when  the  participant  is  ready  S/Tie 
pronounces  the  word.  In  case  of  a  fluff 
(because  of  environmental  noise,  misreading 
of  the  word,  coughs,  extraneous  speech)  the 
captured  material   is  deleted  and  re-presented. 

The  assessment  word  list  contains  171  words, 
made  up  of  24  words,  selected  for  their 
phonological  properties,  the  26  words  of  the 
military  alphabet  ("alpha",  "baker",  "charlie", 
etc.),  the  10  digits,  and  111  words  which  are 
typical  computer  operation  words  and 
synonyms  for  these  words.  The  list  is 
randomly  divided  into  four  subsets  of  roughly 
equal  size,  in  order  to  allow  for  rest  breaks 
after  at  least  every  40  words.  The  data 
collection  software  presents  the  words  for 
each  subset  in  a  randomized  order,  in  order  to 
avoid  systematic  order  effects.  Data  collection 
could  be  interrupted  for  pauses  at 
participants'  request.  Twelve  productions  of 
each  target  word  were  collected,  over  two  to 
six  sessions. 

The  fundamental  units  of  speech  recognition 
data  for  the  DragonWriler  system  arc  tokens 
and  models.  A  token  is  the  internal 
representation  used  for  a  given  speech 
sample,  whi'.c  i  model  Is  a  template  for  a 
particular  word,  against  which  incoming 
speech  samples  are  compared  during  the 
recognition  process.  The  DragonWriter's 
software  development  library  provides  tools 
that  allow  for  the  creation  of  models  from  one 
or  more  tokens,  and  for  the  submission  of 
tokens  to  be  recognized  against  any  existing 
set  of  models.  During  the  mo de  I- building 
process,  the  recognition  system  can  either 
accept  a  token  or  reject  it  as  being  unsuitable 
for  inclusion  in  the  model.  During  the 
recognition  (identification)  process,  a  token 
may  be  rejected  (i.e.,  no  identification  is  made) 
or  confused  (the  wrong  identification  is 
made).  Counts  of  rejections  and  confusions 
constitute  the  data  for  the  analyses  described 
below. 

The  design  of  the  software  and  algorithm  for 
selecting  subsets  of  the  vocabulary  will  be 
discussed  elsewhere  (2). 

Data  analysis 

Following  are  the  conditions  under  which  data 
were  analyzed: 

All-to-all:  Models  were  constructed  by 
submitting  all  12  tokens  for  each  word  for  the 
model-building  process;  recognition  was 
carried  out  by  offering  the  entire  set  of  12  x 
171  tokens  for  each  individual  to  the 
recognizer  for  identification  in  respect  to 
these  models. 


Some-to-others:  Models  were  constituted  by 
submitting  6  randomly  chosen  tokens  of  the 
12  collected  for  each  word;  the  other  6  tokens 
for  each  word  (those  not  offered  to  the 
modelling  process)  were  then  submitted  to  the 
recognizer    for  identification. 

Some(Time  N)-to-others(Time  M):  This  is  a 
special  case  of  Some-to-others  described 
above:  the  tokens  used  for  the  model  are  not 
only  different  from  the  tokens  submitted  for 
recognition,  they  are  also  prior  in  time  to  the 
tested  tokens.  In  the  data  described  below, 
models  were  made  from  6  tokens  collected 
during  the  first  half  of  data  gathering,  and 
testing  was  carried  out  using  only  tokens 
collected  subsequently. 

The  data  were  analyzed  in  the  following  ways: 


Token  rejection:  Percentage  of  tokens 
submitted  which  were  rejected  in  the  building 
of  the  model  for  each  word,  averaged  across 
the  entire  list  of  words. 

Distinctness:  100  minus  average  percentage 
confusion  in  recognition.  The  percentage  of 
tokens  confused  for  each  word  is  averaged 
across  the  entire  list  of  words,  and  this  is 
subtracted  from  100. 

Accuracy:  Percentage  of  tokens  submitted  for 
recognition  which  were  identified  correctly 
(i.e.,  neither  confused  or  rejected),  averaged 
across  the  entire  list  of  words. 

Relative  Information  Transfer:  A  metric 
based  in  information  theory  that  evaluates 
speech  recognition  confusions  in  a  manner 
that  accounts  for  regularities  in  confusions, 
described  in  more  detail  in  (3). 

Results 

The  following  table  presents  results  for  the 
All-to-all  condition  (Table  2.),  the  Some-to- 
others condition  with  random  selection  of 
tokens  (Table  3.)  and  the  Some-to-others 
condition  with  tokens  selected  on  the  basis  of 
time  collected  (Table  4.): 


TM  JG 
Model-building  (%) 
Token    Rejections        13.4  11.3 


Testing  (%) 

Distinctness 

Accuracy 

Rel.     \fo.  Trnsfr 


93.8  94.6 
91.4  93.2 
96  97 


LF 


11.6 


86.8 
86.8 
92 


Tabic  2.  All-to  All:  Models  from  12, 
Tcstinc   of  same  12 
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Model-building 
Token  Rejections 

Testing  (%) 

Distinctness 

Accuracy 

Rel.  Info.  Tmsfr 


TM 
(%) 
11.7 


JG 


13.2 


LF 


11.9 


86.4  86.2  74.2 
82.0  83.7  73.2 
93       94  87 


Table  3.  Some-to-sorae:  Models  from  6 
selected   at    random.   Testing   of   6  ottiers 


Model-building 

Token  Rejections 

Testing  (%) 

Distinctness 

Accuracy 

Rel.  Info.  Trsfr 


TM* 

(%) 
12.0 


JG 
10.9 


LF 


10.5 


85.4  83.8  72.4 
81.4  81.4  72.5 
92       92  86 


Table    4.      Sonje(Time  l)-to-some(Time 
2):    Models    from    tokens    collected    at  Time 
1,  Testing  of  tokens  selected   at  Time  2. 
♦5  tokens  tested 

Discussion 

A  comparison  of  the  accuracy  scores  obtained 
when  the  same  tokens  utilized  in  the  model  are 
submitted  for  recognition  (shown  in  Table  2.), 
with  the  accuracy  scores  for  tokens  different 
from  those  used  in  the  model  (shown  in  Table 
3.)  provide  a  representation  of  the  variability 
in  the  speech  of  these  individuals.  Using 
accuracy  in  the  All-to-all  condition  as  a 
reference,  accuracy  in  some-to-other 
conditions  can  be  evaluated  for  the  effect  of 
number  of  tokens  in  the  model.  The  purpose  of 
this  analysis  is  to  determine  how  much 
"training"  is  required  for  each  item  by  a 
particular  individual  in  order  for  her/him  to 
achieve  acceptable  accuracy.  Data  from 
additional  individuals  with  more  severe 
dysarthria  and  from  individuals  with  typical 
speech,  currently  being  collected,  will  allow 
us  to  assess  the  validity  of  the  difference 
between  all-to-all  accuracy  and  accuracy 
when  different  tokens  are  used  in  modeling 
vs.  testing. 

The  data  reported  above  are  all  for  the  whole 
vocabulary  set  of  171  items.  However  the  data 
capture  and  analysis  technique  described  here 
makes  it  possible  to  examine  the  same  data 
under   different  vocabulary   subset  conditions. 
Questions   which  can  be   investigated  utilizing 
the  collected  data  set  include  the  effect  on 
distinctness,      accuracy      and  relative 
information    transfer    of    factors    of  interest 
including     word     length     (in     number  of 
syllables),    consonant    blends    versus  single 
consonants    as    syllable    initials,    amount  of 
movement  of  the  articulators  (e.g.,  "cocoa"  vs. 
"soggy"),    phonological    distinctiveness  of 
members  of  set  (how  different  the  words  are 


from  each  other)  and  number  of  words  in  the 
set.  Particular  points  in  time  can  also  be 
compared,  by  constructing  models  and  testing 
tokens  from  time  periods  of  interest,  e.g.,  pre, 
during  and  post  for  a  course  of  medication. 

The  Time  1  versus  Time  2  data  presented  in 
Table  4.  above  provide  preliminary  evidence 
of  test-retest  reliability  of  this  assessment 
technique.  Models  constructed  from  the  first 
half  of  the  data  collection  yielded  accuracy 
scores  which  differed  only  slightly  from  the 
scores  obtained  with  random  selection  of 
lokens  for  models  and  testing  with  the  residual 
tokr-ns  (shown  in  Table  3). 

Optimal  design  of  a  speech  recognition 
interface  for  persons  with  speech 
impairments  requires  an  understanding  of 
each  individual's  capabilities  and  preferences. 
By  analyzing  speech  samples  with  the 
recognition  system  under  a  variety  of  testing 
conditions,  it  is  hoped  that  the  assessment 
protocol  described  above  will  aid  in  the  design 
of  speech  recognition  vocabularies  that  will 
provide  the  user  with  maximal  utility  and  ease 
of  use.  The  data  presented  above  represent 
preliminary  evidence  that  the  protocol  will  be 
able  to  perform  such  a  role. 
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DcteriTiiiiing  Efficiency  of  User  Assist  Systems  on  Graphical  Computers 


JefT  Lewis,  Randy  Marsden  and  Steve  Chrlsafulli 
Madenta  Communications  Inc. 
Edmonton,  Alberta  Canada 


Abstract 

Many  claims  for  ihc  relative  efficiency  and  produclivity  of 
various  user  interfaces  currently  circulate  in  ihe  popular  media 
and  even  the  more  scholarly  Journals,  vet  little  statistical 
evidence  of  an  objective  nature  exists  to  justify  these  claims. 
Further,  as  new  user  interface  assists  are  developed  with  the 
goal  of  assisting  motion  limited  users,  the  question  of  real 
improvement  in  efficiency  and  productivity  become  paramount 
-  if  a  new  assistance  device  or  program  actually  hinders,  it 
should  not  be  promoted  as  being  helpful. 

At  a  simpler  level,  there  is  the  question  of  selecting  the 
appropriate  solution  for  a  given  ability  limitation  in  a  more 
efficient  manner  and  determining  if  a  new  solution  under 
development  is  any  better  than  existing  solutions.|i:  21 

This  paper  discusses  one  attempt  to  collect  and  analyze 
meaningful  data  about  how  users  interact  with  their  computers 
and  in  specific,  how  they  interact  with  ke>board  and  mou«c 
replacements, 

Background 

In  all  graphical  user  interface  systems,  the  method  by  which  the 
user  interacts  with  the  computer  is  the  "evcni".  Events,  which 
can  be  thought  of  as  a  message  sent  from  the  operating  system 
to  a  program,  are  caused  when  the  user  interacts  with  the 
computer's  hardware  or  when  some  situation  requiring  the 
computer's  attention  occurs  within  the  machine.  Some  events 
would  be  a  key  pressed  down  or  released,  the  mouse  button 
pressed  or  released  or  a  disk  being  placed  in  a  disk  drive. 

The  core  of  a  program  written  for  graphical  systems  is  what  is 
commonly  called  an  "event  loop".  This  is  a  section  of  code 
which  waits  for  incoming  events.  Typically,  a  program  will  wait 
until  an  event  is  posted  (becomes  available)  for  the  program  and 
may  do  other  tasks  while  waiting.  In  current  systems,  a  call  to 
the  operating  system  is  regularly  made  to  ask  the  system  if  an 
event  is  waiting.  Next,  the  event  is  checked  to  see  if  it  is  an 
event  which  should  be  handled  by  the  operating  system  and  if 
not,  then  It  Is  checked  against  a  list  of  events  which  can  be 
handled  by  the  program. 

Events  which  cannot  be  handled  by  the  operating  system  or  the 
program  go  unattended  and  eventually  drop  out  of  the  queue. 

Some  systems,  notably  the  Amiga  and  Windows,  prevent  certain 
events  from  reaching  the  program,  preferring  to  let  the  operating 
system  catch  these  before  the  program  can  soe  them.  This  makes 
the  programs  simpler,  ljut  makes  writing  code  which 
intentionally  intercepts  the  system  information  difficult. 

The  Problem 


screen  over  which  the  user  may  want  to  place  the  mouse-  or 
reduces  the  time  spent  typing  in  both  the  number  of  keystrokes 
and  the  time  taken  to  type  each  stroke. 

To  that  end,  a  system  is  required  which  can  monitor  the 
movements  of  the  mouse  pointer,  the  time  between  mouse 
button  presses  and  where  they  occur,  the  time  between 
keystrokes  and  the  time  between  the  depression  of  a  key  and  its 
subsequent  release. 

One  complicating  factor  is  that  the  range  of  applications  a  user 
may  choose  to  use  and  the  widely  varj'ing  natures  of  those 
applications  makes  analysis  of  collected  data  difficult  and 
someuhat  context  sensitive. |31 

Approach 

The  machine  of  choice  for  this  project  was  the  Macintosh 
computer.  It  allows  the  greatest  access  to  the  system  tlirough 
predefined  mechanisms  while  still  providing  a  high  level  of 
program  support.  Further,  there  exists  very  complete  systems 
level  documentation  and  a  strong  commitment  to  maintair  a 
consistent  interface  for  the  programmer  as  well  as  the  users. 
This  ensures  that  specialised  software  such  as  that  described 
herein,  are  not  likely  into  interfere  with  other  applications. |4| 

A  special  class  of  program  on  this  machine  is  called  an  "INIT"  - 
a  program  which  is  run  in  very  limited  environs  before  anything 
else,  including  the  primary  user  interface,  has  siancd.  The 
program  is  given  an  opportunity  to  lock  itself  into  place  and 
take  control  of  any  system  level  operation.  INlTs  do  not  have 
any  user  interface  simply  because  when  they  are  run,  there  is  no 
user  interface  system  running. 

A  companion  program  type  is  called  a  "cDev".  This  type  of 
program  often  acts  as  a  user  interface  for  INlTs. 

Rather  than  trying  to  build  one  large  program  which  does 
evcr>'ihing,  the  problem  was  divided  into  three  components; 
data  collection,  control  of  the  data  collection  program  and  dala 
analysis. 


lUtlcher  Sytlcm  [urnli  Monitor 


□  lUtlchcr  11  tcllu* 

□  Tttk  Ituncb/Stullch  Into 


□  M0ut«  Dciwn 

□  Moult  Up 

□  Kc)|  Itivfi 

□  KtJ  «f 

□  Rule  Kty 


□  Uptftit  luenl 

□  SUk  [w«nl 

□  flclhftla  [went 

□  fiS  Utnl 


I     »•!  log  f  Ut  1 


Figure  1  •  The  Conuol  Panel 


Measuring  efficiency  or  gains  in  produclivity  is  difficult 
primarily  because  of  the  vagueness  of  these  terms  ihem.sclves. 
In  the  area  of  motion-limited  user  assistance  on  a  graphical  user 
Interface  based  computer,  one  definition  for  improved  efficiency 
and  productivity  would  be  that  a  system  reduces  the  amount  of 
time  moving  the  mouse  between  "action"  areas  -  pl.icci  on  the 


The  first  two  would  be  combined  inio  a  "cDev"  program  which 
included  an  "INIT'  program.  On  startup,  the  INlT  would  lake 
insert  a  piece  of  code  into  the  Macintosh's  normal  event  posting 
systems.  This  code  would  catch  every  event  generated  by  the 
system  and  write  a  copy  of  it  to  a  file  specified  by  the  uwr  via 
the  cDcv. 
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One  of  ihc  events  generaied  by  ihc  Macintosh  oi>craling  system 
is  the  "null"  event,  used  to  give  background  programs  time  to  do 
things.  These  events  occur  nearly  continuously  when  the  user  is 
not  actively  interacting  with  the  computer  and  would  rapidly  fill 
any  storage  device  holding  the  history  file.  As  a  result  of  this, 
"null"  events  arc  not  recorded. 

Furtiier,  the  user  can  select  which  types  of  events  can  be  nitcred 
out  if  less  detail  is  preferred.  A  ne*  holding  file  is  generaied  on 
each  startup  to  help  partition  the  dau  into  smaller,  related 
blocks.  Plcascscc  Figure  1  on  page  1  for  an  example  of  the  types 
of  events  which  may  be  filtered.. 

Once  the  data  have  been  collected  for  a  period,  a  second 
program  is  used  to  either  translate  the  data  into  a  format  which 
can  be  used  with  more  powerful  statistical  analysis  programs  or 
to  do  limited  forms  of  analysis  on  the  data. 

Again,  there  is  a  problem  of  context  related  to  the  collected 
data.  If  the  user  is  using  a  program  which  primarily  text 
oriented,  then  monitoring  mouse  movement  may  be  misleading. 
Conversely,  a  drawing  program  will  rarely  require  keystrokes, 
so  monitoring  keystroke  information  will  lead  to  erroneous 
conclusions. 


Discussion 

The  computer  monitor  described  offers  clinicians  a  way  to 
objectively  determine  whether  a  specific  computer  access 
solution  is  actually  aiding  the  subject  or  is  simply  changing  the 
subject's  behaviour  without  actually  assisting. 

It  also  provides  a  means  to  use  a  computer  to  detect  cenain 
functional  disorders,  such  as  dyslexia,  by  watching  for 
charactcr-deleie-character  triplets  and  monitoring  the  frequency 
of  their  occurrenccs(see  Figure  4).  It  would  also  allow  a 
clinician  to  detect  more  complex  sequences  of  letter  or  letter 
group  transpositions  through  more  advanced  statistical 
programs. 

A  possible  index  of  cognitive  delay  may  be  found  in  the  timing 
of  key  pairs  or  recognition  timing  as  measured  by  recallAcplay 
of  key  pairs. 

Within  the  scope  of  the  original  reason  for  this  program,  to 
determine  the  efficiency  and  effectiveness  of  keyboard  layouts, 
the  test  would  consist  of  a  standard  text  sample  which  skilled 
and  unskilled  operators  would  repeatedly  enter  over  a  period  of 
days  to  determine  which  layouts  are  actually  more  efficient  and 
which  are  quicker  to  learn.  Combined  with  frequency/time 
analysis,  it  should  be  possible  to  fine  tune  a  keyboard  layout  by 
reassigning  positions  and  retrying  the  new  layout  interactively. 
This  concept  is  not  restricted  to  alphanumeric  keyboards.  Iconic 
keyboards  and  systems  which  use  icons  in  a  non-keyboard 
layout  can  also  be  monitored  diis  way  as  long  as  Uie  underlying 


Figure  2  -  Letter  Frequency  Chart 

To  solve  this,  every  time  a  program  is  run.  or  becomes  Uie 
foreground  program,  information  about  the  program  will  be 
recorded  in  the  history  file.  In  this  way,  the  person  doing  die 
analysis  can  selectively  ignore  events  based  on  the  progran) 
running  during  the  period  of  the  analysis. 


Figure  3  •  Two  Letter  Frequency 

The  other  half  of  the  system  in  a  conversion/analysis  program 
which  allows  the  clinical  or  researcher  to  translate  die  raw  event 
records  into  a  format  which  can  be  used  by  commercial 
statistical  analysis  program  such  as  MacSpin,  DalaDesk  or 
SPSS,  by  a  spreadsheet  program  for  graphing.  The  built-in 
analysis  provided  by  the  system  is  fairly  simple:  single 
keystroke  frequency(scc  Figure  2),  keystroke  pair  frequencies 
(sec  Figure  3),  keystroke  pair  time  analysis,  key!.troke  triples 
analysis  (for  detection  of  typical  error  correction  modes),  mouse 
down/up  timing,  mouse  tracking  and  coordination  (how  many 
Umcs  did  the  user  click  then  reposition  and  re<-liik)  as  well  as 
visual  replay  of  the  mouse/click  events  to  view  the  user's 
behaviour. 
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Figure  4  -  LctterAey/Lettcr  Grid 
code  operates  by  passing  events. 

As  well,  this  system  is  not  limited  to  traditional  pointing  devices 
such  as  the  mouse.  On  the  Macintosh,  all  pointing  devices 
interact  through  the  event  system  and  this  ensures  that  any 
device  which  is  position  oriented  (digitising  tablet,  trackball, 
eye-tracker)  can  interface  to  the  Macintosh  as  if  it  were  a 
mouse.  The  existing  software  base  need  not  know  about  the 
special  device,  unless  it  wants  to  of  course,  and  so  we  are  given 
a  way  to  uniformly  record  classes  of  actions  rather  than 
worrying  about  special  hardware. 

Other  side-benefits  of  this  monitor  is  that  every  keysu-oke  and 
mouse  action  is  recorded  in  the  system's  native  format.  By 
taking  advantage  of  the  Macintosh's  joumalling  system,  it 
would  be  possible  to  add  feature  which  monitors  the  user's 
actions  and  typing  and  begin  to  provide  adaptive,  predictive 
assistance  in  much  the  same  way  that  products  such  as 
ScrccnDoors  and  Telepathic  predict  the  next  likely  word  0.1  a 
user  types  and  adapts  the  choices  based  on  the  user's  word 
usage.  This  idea  would  lend  itself  well  to  the  idea  of  assisting 
motion-limited  users  who  wish  or  need  to  use  3  motion  intensive 
interface  like  a  graphical  system. 
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Ii  is  conceivable  ihai  oiher  assists  may  be  derived  from  this 
product  including  reconstruction  of  entered  data  after  a  system 
failure,  since  every  keystroke  entered,  including  the  error 
corrections,  are  faithfully  recorded,  by  replaying  the  events  back 
in'.o  the  computer,  the  computer  should  be  able  to  simulate  the 
user  and  redo  the  lost  work.  A  product  which  operates  in  just 
this  way  is  already  available  on  the  commercial  market, 
although  it  offers  no  statistical  analysis. 

(Pleasf.  note:  numbers  in  figures  are  for  purposes  of  illuslralion 
only  and  should  not  be  construed  as  actual  data.) 
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THE  EFFECTS  OF  COGNITIVE  IMPAIRMENT  ON  PERFORMANCE  WITH  ASSISTIVE  TECHNOLOGIES 
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Department  of  Physical  Medicine  and  Rehabilitation 
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Abstract 

Asstellve  lechnolO)<y  techniques  can  result  In 
Increased  cognitive  and  perceptual  requlrenienls  as 
Ihelr  designs  accommodate  for  Increasing  motor 
Impairment.  The  Impact  of  Ltiese  requirements  is 
especially  significant  for  people  who  experience 
mental  Impairments  such  as  those  resulting  from 
traumatic  brain  injury  or  disease.  A  review  of 
cognitive  and  perceptual  deficits  specifically 
associated  with  traumatic  brain  injury  Is  presented 
together  with  an  analysis  of  the  Impact  of  such 
Impairments  on  perfonn;!nce  with  assistive 
technologies.  Approaches  to  assessnienl  and 
training  with  assistive  technologies  for  users  with 
cognitive  hnpalnr.ent  are  discussed. 


Back|;round 

People  who  sustain  brain  trauma  or  disease  tan 
experience  a  wide  range  of  cognitive  and/or 
perceptual  Impalnnenls  in  addition  to  miilor 
Impalnnents  which  can  directly  iilTecl  their  abilities 
to  operate  assistive  technologies.  These  defkils  can 
be  classified  Into  attention,  orientation,  memoi-y. 
verbal  reasoning  and  problem  solving.  i;..rccpii;.i!/ 
analytic  abilities,  social  reasoning.  ;md  executive 
abilities.  Impalnnents  In  any  of  lliese  areas  can 
have  a  direct  Impact  on  performance  with  an 
assistive  technology  system. 

Problem  Statement 

An  accompanying  paper  (1)  di.scusses  the  cognitive 
and  perceptual  requirements  for  accessing  assistive 
technologies.  Support  is  presented  there  for  the 
premise  that  In  accommodating  for  Increasing 
motor  impainnenl.  the  design  of  an  assistive 
technology  usually  results  In  increased  cognitive 
arid  perceptual  requirements  being  Imposed  upon 
the  user.  These  Increases  In  mental  load  can  uicur 
from  the  use  of  various  assistive  technology 
techniques  such  as  scainilng.  encoding, 
proportional  control,  etc.. 

Increased  cognitive  and  perceptual  requirements 
have  perfonnance  costs  associated  with  them  wliicli 
may  sometimes  offset  or  even  outweigh  any  physlCiU 
cITlclency  gains  obtained  through  various  Interface 
techniques  (2.3).  In  the  extreme  case  the  mental 
requirements  to  operate  ;m  assistive  technology 
system  can  even  make  It  inaccessible  to  certain 
users.  While  this  Is  an  Important  issue  for  those 
with  purely  physical  deficits,  it  is  especially  critical 
for  people  who  additionally  have  mental 
Impfdmient.  This  paper  specU'ically  focuses  on  the 
elTects  of  cognitive  and  perceptual  Impainnenl  on 
perfonnance  with  assistive  technologies. 


Approach 

A  brief  review  of  cogi  Jtive  and  perceptual  deficits 
associated  with  traumatic  brain  Injury  and  disease 
follows  which  describes  how  they  can  affect  general 
user  perfonnance.  Examples  are  presented  to 
Illustrate  the  Impact  of  such  deficits  on  the  use  of 
assistive  technologies.  The  emphasis  of  this  paper 
win  be  on  an  analysis  of  performance  with  assistive 
technologies  designed  for  Individuals  with  either 
motor  or  combined  motor  and  cognitive 
Impairments.  The  concepts  presented,  however, 
should  be  readily  generalized  to  technologies  such 
as  cognitive  remediation  software,  activity  guidance 
systems  (4-6),  or  other  approaches  which  are 
designed  for  people  having  primarily  cognitive 
Impalnnent  with  little  or  no  motor  Involvement. 

Attention.  Attention  Is  the  ability  to  maintain 
cognitive  effort,  free  from  distraction  or  Interference. 
There  are  three  types  of  attentlonal  skills  which  are 
tyiJicalty  affected  by  injury  or  disease:  sustained 
attention,  selective  attention,  and  alternating 
attention  .  Sustained  attention  (or  concentration)  Is 
the  ability  to  maintain  effortful  and/or  deliberate 
activity,  free  from  dlstractlblUty.  Selective  attention 
is  the  ability  to  filter  out  Irrelevant  or  competing 
inlluences  in  the  environment.  Alternating 
attention  is  the  ability  to  shift  rapidly  between 
competing  environmental  stimuli  or  conceptual 
lines  of  thought.  All  of  these  skills  are  basic 
l)rerequlsltes  for  learning  to  use  an  assistive 
technology  system  and  to  develop  skill  with  the 
system  (e.g..  to  drive  a  power  wheelchair 
mdeiiendently  and  s;»fely). 

Some  assistive  technology  systems,  such  as 
scanning  interfaces,  require  the  ability  to  respond 
in  a  rapid  anil  timely  fashion.   This  type  of  system 
is  not  likely  to  be  successful  with  ai\  Individual 
whose  attentlonal  skills  are  significantly  Impaired 
becau.se  such  deficits  often  produce  delayed 
reaction  time. 

Orientalion.  Orientation,  like  attention,  is  a 
fundamental  cognitive  skill  which  represents  the 
individual's  appreciation  of  the  passage  of  events 
and  of  self  as  an  element  of  the  environment.  It  too 
Is  a  prerequisite  to  the  pui-poseful.  goal-directed 
behavior  that  is  necessary  to  use  an  assistive 
technology  system. 

Memory.  Memory  is  typically  considered  to  be 
made  up  of  multiple  components  which  can  be 
categorized  In  a  number  of  ways.  Deficits  In  any 
component  of  memory  can  Impact  an  Individual's 
ability  to  leani  to  use  an  assistive  technology 
system.  althou.'Jh  it  is  often  possible  to  compensate 
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for  mild  deficits  by  supplying  extenial  aids  such  as 
a  list  of  steps  for  common  procedures.  Memory 
deficits  will  also  alTect  perfonnance.  For  example, 
an  Individual  who  Is  entering  a  message  Into  an 
augmentative  communication  system  may  forget 
what  the  message  Is  before  completing  It.  especially 
since  completion  of  the  message  may  take  several 
minutes.  Individuals  whose  memory  deficits  Involve 
non-verbal  or  spatial  Irifoniiation  may  have 
difficulty  developing  skilled  use  of  a  powered 
mobility  system,  as  even  frequented  environments 
will  always  seem  brand-new. 

Verbal  Reasoning  and  Problem  Solving.  Deflclls  In 
this  area  Involve  any  skill  area  In  which  Uie 
manipulation  and  use  of  verbal  concepts  Is 
required.  For  example,  limitations  with  logical 
thinking  and  problem  solving  can  severely  Impact 
an  Individual's  ability  to  recover  from  simple  errors 
while  using  an  assistive  technology  system  and  will 
therefore  limit  the  degree  of  Independence  that  '.an 
be  achieved  with  Uie  system. 

Limitations  In  understanding  conceptual 
relationships  (e.g..  similarities,  dil'ferences.  category 
membership,  analogical,  or  metaphorical 
relationships)  impact  an  IndlvldiuU's  ability  to  learn 
and  use  assistive  technologies.  This  Is  particularly 
true  with  computer  access  and  augmentative 
communication  systems  where  encoding  techniques 
which  rely  on  verbal  concepts  require  the  user  to 
recognize  the  relationship  between  an  abbreviation 
and  its  expansion.  Choice  of  such  systems  for  an 
individual  with  difficulties  in  verbal  relationships 
must  be  made  with  care,  as  they  may  present 
unnecessary  or  insurmountable  learning  barriers. 

Difficulty  with  specil'ic  skills  such  as  reading 
comprehension  or  vocabulary,  incluciiiig  those 
unrelated  to  aphasia,  have  a  clear  impact  on  choice 
of  system.  Depending  on  the  degree  or  nature  of 
the  deficit,  it  may  be  necessary  to  select  a  system 
that  uses  pictoilal  or  other  non-verbal  fomis  of 
infonnatlon  in  all  aspects  of  interaction  with  the 
user. 

Pcrceptual/Analvtlr  Abllllies.  Pereeptual/aniilytic 
abilities  Include  non-verbal  thinking  skills  which 
require  a  meaningful  appreciation.  Interpretation,  or 
manipulation  of  spatial  and  conflgural  information 
about  the  environment,  the  body,  or  the  body  in 
relation  to  the  environment.  Perceptual /analytic 
deficits  may  be  accompanied  by.  but  are  not 
synonymous  with,  sensory  change.  Deficits  in  this 
area  may.  for  example.  lmi)act  an  individual's 
ability  to  maneuver  a  power  wheelchair  safely 
through  tJie  environment,  as  the  individual's  "nmp" 
(perception)  of  the  spatial  environment  may  be 
inadequate.  As  another  example,  deficits  In  this 
area  might  ;ilTecl  the  ability  to  find  ami  select 
characters  or  pictures  from  the  display  of  an 
augmentative  communication  system. 


Social  Reasoning.  Social  reasoning  skills  are  a 
complex  set  of  abilities  which  are  necessary  for 
effective  interpersonal  relationships.  While  the 
specific  definition  of  these  skills  varies  from  culture 
to  culture,  they  generally  Include:  the  ability  to 
recognize  and/or  engage  In  socially  appropriate 
behavior  in  common  situations;  the  ability  to  see 
things  from  another  person's  point  of  view; 
sensitivity  to  another's  emotional  expression;  and 
the  ability  to  respond  differently  to  particular  social 
behaviors  based  upon  the  context  In  which  they 
have  occurred.  These  skills  are  Important  for  the 
operation  of  many  assistive  technologies.  For 
example,  they  provide  the  basis  for  linguistic 
pragmatics,  and  as  such  are  necessary  for  fully 
elTecUve  use  of  an  augmentative  communication 
system.  Social  reasoning  also  Impacts  performance 
with  powered  mobility  systems,  providing  a  way  for 
the  individual  to  Judge,  for  example,  when  driving 
veiy  close  to  another  person  is  fun  and  when  it  Is 
dangerous  or  annoying. 

Executive  Abilities.  Executive  cognitive  abilities  are 
those  which  permit  effective  adaptation  and 
accommodation  to  changing  environmental 
demands  through  the  appropriate  and  efficient 
inlegration  of  more  basic  cognitive  skills.  These 
skills  Include:  flexibility  of  thinking;  the  abilities  to 
plan,  organize  and  form  strategies  for  problem 
solving;  and  self-monltorlng  and  self  regulation.  A 
minimum  competency  in  these  skills  is  necessary 
lor  an  individual  to  understand  what  assistive 
technology  is  and  decide  whether  it  is  a  desirable 
intervention.  Advanced  levels  of  executive  abilities 
are  necessary  to  effectively  use  many  assistive 
technology  systems.  For  example,  environmental 
control  systems  may  be  programmed  to  perform 
certain  home  control  tasks  automatically,  but  for  an 
individual  to  use  this  feature  effectively,  he/she 
must  be  able  to  first  develop  an  overall  strategy  for 
how  appliances,  lights,  and  thermostats  should  be 
manipulated  over  the  course  of  a  day.  As  a  second 
example,  some  powered  mobility  systems  provide  a 
power  recline  feature  that  allows  the  individual  to 
Independently  provide  pressure  relief.  For  this  to  be 
beneficial,  the  individual  must  have  sufficient  self- 
discipline  and  self-monltorlng  ability.  Without 
these  abilities,  the  presence  of  the  system  could 
actually  be  haniifiil  to  the  individual,  since  care 
givers  may  assume  that  they  need  not  assist  with 
pressure  relief. 

Implications 

Many  people  with  cognitive  Impairment  iilso 
experience  a  physical  disability.  These  individuals 
often  have  needs  which  can  potentially  be  satisfied 
through  tJie  use  of  an  assistive  technology  system. 
However,  many  such  systems  are  primarily 
designed  for  people  with  physical  disabilities  and 
may  include  (optional  or  mandatory)  techniques  or 
procedures  that  arc  inappi'oprlate  for  a  user  with 
mental  impainnenl.  Therefore,  proper  knowledge 
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and  understanding  of  a  potential  user's  cognitive 
and  perceptual  Impairments  Is  critical  since  they 
can  have  substantial  Impact  on  the  level  of 
performance  with  an  assistive  technology  or  even 
the  basic  ability  to  utilize  such  systems  at  all. 

There  are  trade-olTs  Involved  in  using  assistive 
technologies  which  result  from  the  fact  that 
cognlUve  and  perceptual  requirements  of  a  system 
typically  Increase  as  the  design  accommodates  for 
decreased  motor  skills  or  aims  at  reduced  physical 
efTort  to  Improve  perfom;ance.  These  '.rade-olTs 
complicate  the  assessment  process.  Further 
diniculty  in  evaluation  occurs  when  learning 
impairments  are  Involved,  since  a  substantial 
amount  of  user  experience  and  learning  may  be 
required  before  performance  can  be  adequately 
assessed. 

In  some  Instances,  a  learning  liupalnnent  may 
necessitate  the  temporary  employment  of  an 
assistive  technology  whose  use  can  be  discontinued 
following  appropriate  peri'onnance  gains.  As  a 
simple  example,  consider  the  hypothetical  case  of  a 
person  with  a  traumatic  brain  injury  and  a 
subsequent  learning  Impainnent.   In  learning  to 
type,  it  might  take  an  extremely  long  time  for  such  a 
person  to  learn  the  positions  of  the  keys  for  elTective 
text  entry.  Thus,  a  computer  based  word  prediction 
system  might  enhance  perfonnance  and  provide 
positive  feedback  for  motivating  the  user  to 
continue  using  the  system.  11".  however,  the  user's 
keyboard  input  rate  Increased  sulllciently  over  time, 
then  word  prediction  might  become  less  efficient  or 
even  detrimental  to  overall  perfonnance  (21. 

Discussion 

In  cases  where  users  have  deficits  in  areas  of 
cognition  which  appear  to  prohibit  the  use  of  an 
assistive  technology,  a  number  of  options  are 
available.  For  some  people  with  cognitive 
impairment  it  may  be  possible  to  increase  task 
complexity  In  stages  as  niastei-y  of  each  successive 
stag:  is  achieved.  For  example.  Ihe  relatively 
complex  strategy  required  to  select  a  row.  then 
column,  from  a  two-dimensional  scanning  matrix 
can  be  acquired  by  training  the  user  with  a  simpler 
one-dlmenslonal  scanning  array.  It  may  then  be 
possible  for  an  individual  to  progress  to  a  simple 
two  dimensional  array  with  a  reduced  set  of 
options,  and  then  gradually  on  to  the  entire  matrix. 
Other  individuals  may  be  able  to  learn  specilic 
compensatory  techniques  which  penult  tliem  to  use 
assistive  technology  systems,  despite  deficits  which 
do  not  improve  over  time.  For  example,  individuals 
whose  memory  problems  prevent  them  from  keeping 
track  of  messages  or  their  current  level  while 
working  with  a  communication  system,  may  be 
helped  by  learning  to  rely  on  cuing  systems  that 
guide  them  during  various  phases  of  a  task  (e.g.. 
inserting  a  field  in  a  commiinicalion  system  display 
which  always  presents  and  lilghlightB  the  i  iirroni 


level).  Finally,  for  those  who  have  dettcits  which 
persist  and  do  not  respond  to  compensation  or 
remediation,  it  may  be  necessary  to  modify  the  task 
demands  so  that  they  conform  to  the  patient's  skill 
level. 
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Abstract 

This  paper  describes  a  computer  based  s\slem  which  can 
provide  people  with  disabilities  the  ability  to  c(Mnmunicate 
effectively  and  become  more  independent.  This  system  can 
also  provide  vocational  opportunities.  The  heart  of  this  system 
is  an  Apple  Macintosh™  computer;  one  computer  can  be  used 
to  control  lights,  appliances,  doot  openers,  an  intercom,  a 
telephone,  and  infrared  devices,  as  well  as  provide  capability  to 
access  existing  applications. 


Background 

The  computer  has  proven  to  be  essential  in  intejtrating  people 
with  disabilities  into  the  mainstream  work  place.  These 
machines,  propcriy  adapted,  can  help  people  who  are  physically 
challenged  to  be  much  more  independent  by  enabling  them  to 
control  their  surroundings  and  communicate  more  effectively. 
Further,  they  can  help  level  the  playing  field  for  thousands  of 
people  whose  minds  and  skills  are  still  very  valuable 
commoditias  in  ttxlay's  working  world. 

Statement  of  the  Problem 

The  pn>blem  involves  two 
main  areas: 


First,  people  with  disabili- 
Des  require  greater  pi>wer 
to  interact  in  and  control 
their  environment.  This 
increased  interaction 
includes  the  ability  to 
acquire  information  as 
well  as  control  devices  in  a 
person's  environment. 
Some  of  the  devices  to  be 
controlled  are'.  the 
telephone,  ac  lights  and 
appliances,  intercoms, 
door  openers,  television, 
and  other  devices  that  may- 
be specific  to  a  particular 
person. 

Second,  their  opportunities 
lor  meaningful  employ- 
ment need  to  be  increased. 
This  may  involve  a  vexa- 
tion based  on  the  ability  to 
access  computer  programs 
(e.g.  database  user/pa)- 
giammcr),  or  bused  on  the 
ability  to  use  a  computer 
lis  a  tixil  to  lontrol  other 
dcv  Kf  s 


Figure  1:  The  Macintosh  System 


Approach 

The  discuiision  ol  the  solutions  for  the  two  problem  areas,  idcn- 
tilled  abo\  e,  tm\  e  been  di\  idcd  into  four  categories:  Computer 
Access.  Environmental  Control,  Infrared  Control.  Telephone 
Access,  and  Voice  Communication. 

Computer  Access 

Headpointing  computer  input  devices  are  available  which  en- 
able di.sabled  persons,  ihrough  head  movement,  to  execute 
computer  functions  normally  performed  with  a  single  button 
mouse;  the  single  button  mouse  is  an  integral  device  required 
for  aeces-s  to  Macintosh  computers.  This  device  is  woti  on  the 
head,  and  facilitates  cursor  movement  by  the  user  moving 
his/her  head;  thus  the  cursor  follows  head  movements  just  a.s  it 
would  follow  mouse  movements,  Two  examples  of  headpoint- 
ing devices  arc:  HcadMaster,  manufactured  by  Prentkc  Romich 
Company,  and  Freewheel,  manufactured  by  Fainter  Systems. 

Some  people  with  disabilities  are  adept  at  using  a  mouthstick 
for  a  variety  of  tasks.  Adapted  mouthslieks  can  be  used  to 
access  computer  keyboards  and  computer  disks.  But,  mouth- 
stick  keyboard  access  may  have  speed  limitations  and  may  be 
cumbersome;  the  requirement  to  always  look  down  at  the 

keyboard  can  be 
distracting.  A  better 
solution,  called  an  "on- 
screen" keyboard,  is 
available, 


An  on-screen  keyboard, 
called  ScrcenDoors™,  is 
manufactured  by 
MadcnUi 

Communications  Inc, 
This  resizeable  keybixud 
looks  like  a  normal 
physical  keyboard,  but 
appears  on  the  screen. 
By  simply  pointing  and 
clicking  on  the  desired 
key,  the  key  selection  is 
executed  (e.g.  a  letter  is 
typed  just  as  it  w  ould  be 
from  a  normal  key- 
boTr*).  The  combinauon 
of  HcadMaster  and 
ScreenDoors  can  offer 
complete  and  efficient 
contn^l  of  the  Macintosh. 

Another  access  method 
which  is  available  is 
voice  control.  An 
existing  device  called 
Voice  Navigator™, 
which  is  manufactured 
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by  Articulate  Systems  Inc.,  can  be  used  to  ciwvcrt  spoken  com- 
mand into  computer  commands  for  control  of  computer 
applications.  Thus,  computer  functions  normally  performed 
with  a  keyboard  or  mouse  can  be  accessed  through  spoken 
coTi.maDds. 

ScreenDoors"*  <Qu>erty) 


IA'^li>lfnTT^r-i.Wiit^Ilfcma![!l!l!l!lg^&![!liIJ^!Lii 

■QBBClBQBQQaBaRI  ^SUU 

□□□DElC^liaUBHEI  or  QBQO 
 HBim  jT  aQB? 


Infrared  Conlrol 

A  method  of  accessing  infrared  controlled  devices,  such  as  TV, 
VCR,  and  CD  players  can  be  beneficial  to  people  with 
disabilities.  Universal  infrared  remote  control  devices  arc 
available  for  interfacing  to  computers,  and 
custom  software  enables  computer  control. 
Again,  voice  commands  could  be  assigned  to 
various  remote  control  functions. 


Telephone  Access 


P^fptn  2:  Am  On-Scmn  Kejitwcni  (SemnDoon"*) 

Equipment  controlled  by  spoken  commands  can  be  accessed 
remotely  through  a  btdircctiooal  wireless  audio  link.  This  al- 
lows disabled  persons  freedom  to  move  throughout  a  specined 
area  while  maintaining  voice  contact  with  a  particular  central 
control  location.  Voice  access  can  be  accomplished  by  the 
user  speaking  commands  into  a  lapel  microphone  and  listening 
to  cither  a  privacy  speaker  or  peripheral  amplified  speaker,  both 
of  which  can  be  attached  to  a  wheelchair.  This  feature  provides 
ability  to  give  a  spoken  command  to  the  computer  from 
virtually  anywhere  in  or  around  home. 

Emironmental  Control 

Many  people  with  disabilities  arc  unable  to  control  vatious 
devices  within  a  home,  particularly  ac  powered  devices,  such  as 
lights,  fans,  and  appliances.  This  control  can  be  accomplished 
through  the  use  of  an  "X-IO"  controller  which  sends  control  sig- 
nals to  modules  through  existing  household  wiring.  Each  mod- 
ule, which  is  situated  at  the  location  of  a  device  being  con- 
trolled, responds  to  its  particular  control  signal  by  turning 
on/off,  or  adjusting  intensity  of  the  device.  These  modules  can 
be  used  to  control  virtually  any  ac  device. 

An  X-10  controller  and  software  designed  for  the  Macintosh 
allow  the  user  to  control  ihe  modules  from  the  screen  of  the 
computer.  Also,  voice  commands  may  be  a.ssigned  to  the  X-10 
computer  functions  using  Voice  Navigator. 


I 


lb  fli 
fill  tti  IB 

GB  ok  D 

UBIDBD 


Figure  3:  Telephont  Acct» 


Telephone  access  can  be  an  effective  com- 
munication medium  for  both  personal  and 
vocational  applications.  For  people  with  dis- 
abilities, this  access  is  available  through  tele- 
phone interface  hardware  included  in  one  of 
the  Voice  Navigator  products.  Custom  soft- 
ware provides  access  to  this  interface  through 
a  computer,  as  well  as  access  to  common 
telephone  features,  siich  as  dialing  pre-stored  numbers  available 
in  an  on-screen  telephone  directory,  last  number  redial,  link 
and  hold  can  be  provided.  As  with  other  devices  discussed,  the 
telephone  may  be  accessed  through  voice  commands. 

Commmkation 

Many  people  with  disabilities  are  unable  to  respond  to  callers 
at  an  outside  door/entiance,  in  addition  to  inability  to  communi- 
cate effectively  with  people  who  are  in  a  separate  room.  An  in- 
house  intercom  system  can  provide  this  capability.  Control  of 
an  inlercom  can  be  achieved  through  custom  hardware  and  soft- 
ware which  provide  the  necessary  access  to  "talk"  and  "listen" 
buttons.  Also,  voice  commands  may  be  used  to  control  the 
intercom. 

Implications 

This  paper  has  indicated  that  through  the  use  of  custom  soft- 
ware and  readily  available  third  party  products  for  the 
Macintosh,  a  complete  system  providing  home  control  and 
greater  independence  can  be  assembled.  Therefore,  this  type 
of  integrated  solution  can  be  an  attractive  altcmative  to 
dedicated  home  control  systems;  there  are  the  added  advantages 
i>re\pandability,  flexibility  and  enhanced  functionality. 

Discussion 

Not  all  of  the  possible  input  methods  have  been  discussed  in 
this  paper.  Other  methods  are  available  which  provide  general 
access  for  people  spanning  a  large  spectrum  of  types  of  disabili- 
ties, such  as  adapted  direct  keyboard  access  methods  and  scan- 
ning solutions  for  single  switch  users.  Regardless  of  Ihe  form 
of  access,  all  solutions  discussed  in  this  paper  may  be  employed 
to  the  benefit  of  those  people  with  disabilities  requiting  greater 
independence  and  enhanced  quality  of  life. 

At  the  time  of  writing  of  this  paper  some  work  remained  in  the 
design  and  construction  of  the  components  comprising  the  sys- 
tem described,  though  it  is  expected  alt  development  will  have 
been  completed  by  the  time  this  paper  is  puUiihed.  Further 
analysis  and  evaluation  of  this  system  will  proceed  upon  com- 
pletion. 

Raiidy  Manden.  P.En«. ,  Mwfenta  Coinmunkatlam  Inc.  BoK 
as,  A<Kiinccd  Technola(y  Center,  0860-30  Avenue. 
Edmonton.  Alierta.  C«ikUT6N  lOl.  (403)  4GO-80M. 
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TRAUMATIC  BRAIN  INJURY:  A  CASE  STUDY  OF  CLIENT  AND  THERAPIS  T) 


Elliot  Colu,  Ph.D, 
Piirto  DelKl:ishti,  Ph.D. 
Institute  for  Cognitive  Pro.sthetics 


ABSTRACT 

A  yciii"  long  case  study  explored  the  use  of 
loniputer  software  as  a  prosthesis  for  a  high 
functioning  triiumatic  brain  injury  survivor.  A 
substantial  amount  of  customization  to  the 
software  interface  was  required,  and  was 
attributed  to  user  cognitive  deficits.  The 
.software  was  able  to  restore  functioning  which 
had  not  been  accomplished  using  manual 
techniques.  Impact  on  therapy  and  dierapist 
are  described. 

lUCKCROUM) 

I'rcMiHis  work  wiih  CDCiiitlvc  pioslhcMc  ciimpuicr 
soriu;irc  liHiiscd  im  needs  c.f  iinll\iilu;ils  «ho  rcquirLil 
'-ii|Ki\i'-u)n  in  Ihcir  d:iily  li\cs  (("cik-  jnd  Dcliihislili. 

Thill  work  round  iliai  soliwiiri.-  could  he 
clkcli\cly  used  hit  liolh  rckilivi'lv  unstrucuircd 
hoiiscliiild  and  leisure  jctivities.  as  well  as  well- 
siruciured  aciivlties,  consistent  with  (he  work  of  Kirsch 
and  Levinc  {l'«7)  and  of  Sicele  (lys'.)).  It  was  found 
lliai  ihe  siiflware  interface  was  a  primary  barrier  to  use 
of  eomnicreial  sofiware.  Our  study  applied  theory  from 
ilie  computer  science  areas  of  human  computer 
inieraciiiin  and  office  auiomation.  rehitinu  lo  incrraslnj; 
iiidi\idual  coi;niii\e  producii\ily.  AnecJoies  from  TBI 
suiM\ois  anil  family  memhers  iiulica:cil  thai  ihe 
coni|niiei  inicrl.ice  «as  an  iiisuiniininlahic  h.urici  lo 
iiuliMdu.ils  who  had  mkc'ssIuIK  rcLiiicied  Ihe 
Lonmuiinly.  Some  had  inullcuu.ilK  dem.iiiihiit; 
\ocaiion'.  These  ale  hitih  luneiionini!  sui\i\oiv  .ih.t\i. 
R.iiK'ho  l.os  Aminos  Level  \'lll 

I  lie  picseiit  sludy  evamincs  uses  ol  co;.'niii\e  prosiheiii  s 
lor  indiMdiials  classilied  as  hiuh  lunciionin;^,  hiii  whove 
delicils  do  nol  allow  them  lo  lunclion  al  Iheir  pre- 
morhid  level  IUme\cr,  ihese  people  can  li\e 
inilcpenileniK,  i  e..  do  not  need  a  eare,!;i\er  or 
toiDpaiiioil  lo  help  Iliein  perloim  hiMivch.il.!  m 
\oi.iiional  laskv. 

oli.li'.crivi': 

This  study  e.xlends  the  previous  study  in  t«o  major 
«a\s.  I'lrsi,  Ihe  research  addresses  a  hiph  lunelioiiini: 
popiikilion.  Second,  ihc  suidy  heuins  to  evploie  the  ways 
this  icchnolopy  changes  ihe  process  of  copnilive 
leinediaiioii  therapy,  and  impael  on  Ihe  ihei.ipisi. 
Speeilic  research  oh|eclives  were  lo- 

h  ideniily  Ihe  types  ol  modilicalions  loiompiiler 
iiileilace  and  appliealioii  reipiircd  loi  liiHi 
liinclionini:  adult  1  HI  suiAi\ois 

-I  "'■'iililv  Ihc  Iheiapeiilie  impaci  ol  couniliw 
IHoviiUii  si.liw.iie  li>i  Ihise  indiM(lu,ih,  ,iiid 


^)  examine  some  of  the  needs  of  Ihe  therapist  using 
this  innovation. 

Miniioi) 

This  is  a  single-subject  case  sludy,  a  methodology 
frequently  used  with  traumatic  brain  injury  subjects.  A 
field  .sludy  design  was  used  to  achieve  the  research 
objectives  requiring  substantial  computer  usage  over  time, 
and  for  activities  which  are  relevant  to  (he  conduct  of  the 
subject's  life.  Data  included  observation  of  weekly 
iherapy  sessions,  medical  chart,  compuicr  stale  transition 
logs,  and  software  spccificalioiis  for  interface  and 
underlying  application.  A  quasi-c.xperimeni  was  selected, 
and  therapy  sessions  were  observed  for  one  month  prior 
to  Ihe  inters'cniion.  Interface  design  and  testing  sessions 
were  incorixirated  into  ihc  therapy  sessions.  Interface 
performance  was  measured  by  training  time  and  abiliiy  lo 
understand  commands  and  instruct  urns.  The  soflware  was 
used  only  during  therapy  sessions  for  two  months.  Then 
Ihe  computer  system  was  inlroduced  into  the  subjeci's 
home  in  April  IWI.  Data  collection  is  still  in  progress  as 
of  this  writing  (January  IW2). 

'I  he  subject  is  a  41)  year  old  college-eduealcd  male.  7 
years  post  injury.  On  the  surface,  he  had  successfully 
iciurneil  to  the  community  because  he  had  lived 
independently,  worked  al  a  s.upcrs  isory  job,  and  managed 
his  household  affairs,  and  he  had  no  physical 
impairnienls.  Furlhermorc,  he  masked  his  cogiiilivc 
ilelKits  quilc  successfully.  He  would  forego  pans  of 
,icliMlies  whieh  were  hc\ond  him,  ralhcr  than  ask  other 
people  lor  assisuincc  in  carrying  out  the  acli\ily.  In  this 
Ins  masking  heha\ ior  succcssfiilK  hid  Ihe  impact  of 
his  delicils  on  vocalional.  lumschold,  and  leisure 
acli\  1 1  ICS. 

Neuropsychological  testing  found  diffuse  cerebral 
dysfuneiion,  with  dcficiis  in  memory,  aiicntion  .ind 
concern  ration,  reduced  mental  processing  lime,  reasoning 
,iiid  pioblcni  sob  ing,  and  funeiion,il  inicgiaiion.  l  ie  had 
been  leeeiMiig  cogniti\e  remediation  Ihciapy  lor  1 1 
monlhs  piior  being  referred  for  cognitive  piosiheiic 
mlcrvcntion. 

Two  applicaiions  were  introduced,  a  basic  ic\l  editor  anil 
,1  \\eckly  calendar/appointment  rcmindei 

ur.siii.rs 

Results  arc  presented  in  three  sections. 
Interlace  and  applicaiion  cusiomi/aiion 
I  he  sub|ici  had  subsiaiiiial  dilliciiliy  forming  an  .iii  ui.ile 
niciil.il  nioilcl  ol  Ihe  commands,  but  was  ,ibk  lo 
uiulusl.uid  the  o\erall  ol>)ciii\es  ol  Ihe  applk.ilioiis. 
lc\l  cdiior  commands  were  implcmcnicd  on  binnicc  h,ii 
menus,  which  rciluics  (he  memory  burden  on  Ihc  usei. 
1  h-  solitt.ire  inlc'lace  required  subslanlial  miiililicition. 
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p;irliculariy  ihc  commanil  icxl  which  used  the  paticni's 
phrasc(iUig\'.  Even  mincir  changes  in  commanil  lexi  had 
a  suhsianiial  impaci  on  interface  comprchcnsiiin  and 
perfiirniancc.  Siimc  of  the  text  modification  forced 
changes  in  the  si/.c  of  interface  objects  (boxes) 
containini;  the  text.  Document  names  were  W) 
characters  to  allow  ample  room  for  description;  even  so, 
the  user  requested  time  stamp  information  on  the 
document  retrieval  menu. 

The  second  application  is  a  combination  of  personal 
scheduler  and  "To  Do"  list.  A  combination  of  interlace 
stvlcs  were  used:  soft  function-ki:y,  bounce-bar  sub- 
mcp.ii,  and  fill-in-the-form  (for  the  actual  appointment). 
In  this  interface  also,  most  of  the  modifications  involved 
rephrasing  comm.inds  and  instructions  so  that  the\ 
could  be  correctly  understood.  The  calendar  provides 
addnional  memory  support,  so  the  patient  can  provide 
huiisclf  with  reminders  and  instructions  for  specific 
c\cnts  or  appointments. 

Prosthetic  Uses  of  Software 

The  prosthetic  software  has  improved  the  patient's  level 
of  functioning  in  a  number  of  areas.  Perhaps  the  most 
dramatic  change  was  in  the  area  of  reasoning  and 
problem  solving.  The  software  provided  him  with  a 
medium  which  supports  a  non-linear  proccssingst\le;  he 
IS  able  to  mo\e  fiom  one  facet  of  the  problem  to 
another.  It  also  helps  tnaintain  focus  on  the  dimensions 
of  a  problem,  without  loosing  track.  Problem  soMng 
,ind  reasonmg  is  substantialh  improved  because  of  the 
^omplcxit\  he  is  able  to  incorpoi.itc. 

There  were  immediate  improvemenls  tn  the  patient's 
.ibiliiv  to  organi/e,  attend  to,  and  complete  tasks  during 
iherapv  sessions.  (These  tasks  involved  a  job  search). 
L'sing  paper  anO  pencil  methods,  he  winikl  work  lor  lit 
to  \>  minutes,  and  the  stop  with  the  work  unfinished 
Using  prosthetic  software,  he  could  work  for  M)  -  4.s 
minutes  continuously,  as  well  as  complete  the  activity. 
The  therapist  reported  that  before  she  had  to  introduce 
an  activit\  in  one  session,  and  work  at  completing  it  in 
the  next,  t-rom  the  patient's  perspective,  the  process  ol 
usine  the  pioslhctic  system  allowed  him  to  'concentrate 
on  a  specific  iiem,  rather  the  on  a  complicated  web  of 
prcibleins." 

The  computer  significantly  improved  the  patient's  ability 
lo  track  and  monitor  projects.  Before,  information  was 
stored  in  a  loose-leaf  notebook,  where  infoimation 
could  not  be  easily  located.  In  the  area  of 
commnnicalion.  he  began  writing  brief  letters  to  friends 
with  whom  he  had  not  corresponded  in  a  long  time 

The  calendar  application  has  been  implcincnicd  only 
with  limited  Uinit  onaliiy  thus  l.ii  It  helps  iiack 
appinnimcnts  and  activities  The  sollw.irc  enhancement 
allow>  extensive  reminders  to  accimipany  appoinimciii 
entries,  and  this  feature  has  been  usclul  lor  its  memory 
support.  A  functional  enhancement  will  link  pio|cii 
monitoring  to  the  scheduler. 

In  .iddition.  the  Malus-cniianciiiu  nature  ol  uinipiitci 


use  raised  his  self-esteem. 


Impact  on  Therapist  and  Theraiw  Methods 
Several  effects  on  therapy  and  therapists  have  emerged 
thus  far.  First,  the  therapist  has  had  to  learn  new  skills 
in  order  to  use  prosthetic  software.  Some  of  these  skills 
related  to  learning  how  to  train  patients  in  computer 
mechanics,  and  some  skills  involve  therapeutic  use  of  the 
software.  Second,  the  data  collected  by  the  software 
allows  the  therapist  to  track  the  patient's  computer  usage 
in  considerable  detail.  This  data  is  used  in  planning 
therapy  sessions  as  well  as  monitoring  patient  progress. 
The  data  provides  clues  to  situations  arising  in  the 
patient's  life.  Third.  ,he  preparation  time  for  therapy 
sessions  has  increased,  a-  result  of  the  availability  of 
progress  data.  Fourth,  ic  patient  has  been  able  to 
continue  work  on  tasks  which  began  during  therapy 
sessions.  And  filth,  the  clinician  has  been  able  to  better 
assist  the  patient  in-between  scheduled  therapy  sessions. 

DISCUSSION 

The  results  of  this  study  show  point  to  three  issues.  First, 
and  most  important,  that  properly  designed  compuicr 
software  can  help  restore  function  in  brain  injury 
survivors  with  mild  deficits.  Second,  that  the  softwaic 
interface  can  be  a  major  barrier  to  successful  computer 
use.  and  third,  use  of  appropriately  designed  software  can 
help  restor  functioning  to  a  liigh  functioning  brain  injury 
survivor.  It  was  not  expected  that  high  functioning 
survivors  would  have  continue  to  lia\e  disabilities  which 
continued  to  inlcrlerc  with  their  luiuiioiiing  in  the 
community, 

Furtherinore,  it  was  not  anticipated  that  such  a  pcison 
would  have  substantial  dillicult>  learning  how  to  uve 
no\ ice-oriented  software.  Indeed,  we  had  assunicO  ihat 
interlace  customi/ation  would  be  appropri.itc  oiih  lor 
moderate  to  severely  disabled  survivors.  Howevci,  alter 
meeting  a  number  of  individuals  at  support  gioup 
mceiincs.  we  began  to  question  the  assumption.  Several 
of  these  individuals  were  college  students  who  were 
unable  lo  use  any  of  the  word  processors  available  from 
campus  support  services  for  people  with  disabilities. 
(Rccem  studies  by  Glisky  (1991)  and  Prevey  ei  al  (I'WI) 
demonstrate  that  even  severe  amnesties  can  be  taught  to 
use  computer  software,  given  enough  time  --  months  and 
possibly  years  -  and  specialized  training  I 

Computer  software  has  been  shown  to  be  a  succcsslul 
orthotic  for  relatively  structured  activities  (Kitsch  a  id 
l.cMne.  1<W7;  Cole  and  Dchdashti,  l^Xl).  Thisca'C  study 
has  shown  how  software  ca-  be  used  as  an  orlholic  or 
prosthetic  in  icUitivcly  un  ■ctured  aclivitics  such  a^ 
reasoning  and  problem  solving. 

Computer  si>ftware  is  not  currently  viewed  by  the 
rch.ibiliiation  commiinil>  ,is  a  coiiipi  ns,iu>n  sti,ii,;j\ 
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Software  is  and  can  be  a  powerful  compensatory 
strategy,  capable  of  restoring  function  when  other 
techniques  cannot.  However,  many  'superior 
technologies'  have  failed  at  technology  transfer  stage 
because  of  institutional  factors.  Among  these  factors 
arc  the  structure  of  the  therapy  session  and  the  impact 
on  the  therapist.  These  are  not  insurmountable 
harriers,  but  they  do  need  to  be  addressed. 


This  is  our  second  case  study,  and  involves  scores  of 
hours  of  working  directly  with  patient  and  clinician  over 
the  past  year,  as  well  as  hundreds  of  hours  modifying 
computer  software.  The  case  study  methodology 
provides  a  detailed  understanding  of  a  problem  in  a 
Held  where  mastering  the  details  arc  critical  to  success. 
By  the  Annual  Conference,  we  will  be  able  to  report 
preliminary  findings  on  three  additional  patients  who 
are  part  of  a  research  project  funded  by  NIH. 
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ABSTRACT 

This  paper  describes  Chec-Rite,  a  system  for  improving 
numageinent  of  personal  checking  accounts  for  individuals  with 
mental  retardation.  This  project  is  an  SBIR  Phase  1  project 
supported  by  the  Department  of  Education.  The  Phase  1 
research  plan  focused  on  establishing  the  technical  merit  and 
feasibility  of  the  automated  checkbook  management  system. 
An  initial  "proof  of  concept"  software-based  design  prototype 
was  developed  for  testuig  with  individuals  with  mental 
retardation.  The  product  concept  has  been  designed  according 
to  human  factors  guidelines  to  meet  the  specialized  needs  of 
the  user  population.  The  system  has  applications  with 
individuals  with  mental  retardation,  the  elderly,  and  individuals 
with  limited  motor  ability  of  the  dominant  hand.  Progress  to 
date  is  described  as  well  as  directions  for  future  research  and 
development. 

BACKGROUND 

Research  on  ten  commimity  "survival"  skills  critical  for  adults 
with  mental  retardation  were  reviewed  and  analyzed  by  Martin, 
Rusch,  and  Heal  (1).  This  study  identified  money  management 
as  one  of  the  key  "survival"  skills  necessary  for  individuals  with 
mental  retardation.  Problems  resulting  from  the  inability  to 
manage  money  have  included  cash-flow  difficulties  and 
uncontroIIeU  debt  for  adults  with  mental  retardation  living  in 
community  settings  (2).  Martin,  Rusch,  and  Heal  summarized 
that  simple  money  management  skills  can  be  acquired  by 
individuals  with  mental  retardation.  However,  future  research 
is  needed  to  determine  whether  individuals  with  mental 
retardation  can  master  more  complex  money  management  skills 
including  check  writing  and  checkbook  balancing. 

Langone  and  Burton  (3)  report  that  skills  required  to 
successfully  shop  in  retail  establishments  go  beyond  basic 
handling  skills.  These  more  complex  skills  may  require 
adaptive  aids  tliat  can  allow  individuals  with  mental  retardation 
to  bypass  these  deficits.  Future  research  on  the  applicability  of 
computer  technology  to  enable  the  acquisition  of  specific  living 
skills  is  necessary.  Finally.  Martin,  Rusch,  and  Heal  (2)  stated 
that  as  more  severely  disabled  individuals  enter  non-sheltered 
commimity  settings,  "prosthetic"  means  for  money  transactions 
must  be  developed  to  serve  these  individuals.  Accordingly,  the 
Chec-Rite  system  applies  computer  technology  to  simplify  the 
complex  money  management  ,<;kills  of  checkbook  balancing  and 
check  writing. 

PROBLEM  IDENTIFICATION 

Independent  living  for  individuals  with  mental  rctarxlation 
depends  on  many  factors  including,  but  not  limited  to,  the 
extent  of  the  retardation  and  the  effectiveness  of  teaching  skills 
necessary  for  independent  living.  Money  management  is  one  of 
the  most  difficult  skills  for  individuals  with  mental  retardation 
to  master,  and  attainment  of  tlie  skill  is  key  to  independent 
living. 


Sign^tcance 

While  exact  figures  vary  there  is  little  doubt  that  the  U.S, 
population  of  individuals  with  mental  retardation  is  in  excess  of 
tv/o  million.  A  National  Institute  on  Disability  Research  and 
Rehabilitation  (NIDRR)  report  estimates  that  approximately 
1%  to  3%  of  the  population  have  mental  retardation,  i.e.  IQ 
below  70  (4).  In  addition,  it  is  estimated  that  there  are  an 
additional  2.5  million  individuals  who  are  considered  borderlins 
or  low  normal  IQ.  There  are  four  levels  of  mental  retardation 
ranging  from  severe  to  mild  (5).  Figure  1  depicts  the 
percentage  breakdown  for  each  of  the  four  levels  of  retardation. 


Figure  1:  Percentage  Breakdown  of 
Mental  Retardation  Levels 


■  KUd 

■  Modante 

■  S«v«re 

□  Profound 


Clearly,  the  number  of  people  with  mental  retardation  is 
significant.  Research  focused  on  increasing  independence  for 
this  group,  thus,  is  of  significant  importance  to  the  mental 
health  community. 

Independent  living  for  indiriduais  with  mental  retardation 

The  possibility  for  independent  living  varies  greatly  for 
individuals  with  mental  retardation  depending  upon  the  level  of 
impairment.  Highest  hmctionmg  adults  with  mental  retardation 
(IQ  between  51  and  70)  are  most  likely  to  achieve  this  goal  as 
compared  to  more  severe  leveU  of  impainnenL  This  is 
encouraging  considering  that  mild  mental  retardation  accounts 
for  89.4%  of  those  with  mental  retardation  (4).  Increasing 
numbers  of  individuals  witli  profound  mental  retardation  are 
also  now  living  in  conmiunity  settings.  The  1987  National 
Medical  Expenditure  Survey  estimates  that  there  are 
approximately  16,000  people  with  profound  retardation  livmg 
in  sm;dl  (15  or  fewer  residents)  community  care  facilities  (6). 
Innovative  programs  for  individuals  with  mental  retardation  are 
increasing  the  likelihood  tliat  some  level  of  independent  living 
will  be  achieved.  Greater  independence  corresponds  to  reduced 
service  provider  to  client  ratios,  thus  translating  directly  to  cost 
stivings.    Independent  living,  therefore,  remains  one  of  the 
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primary  objectives  of  service  to  individuals  with  mental 
retardation  both  for  quality  of  life  and  economic  reiisons. 

Skills  required  for  independent  living 

The  ability  to  live  independently  requires  acquisition  of  a 
variety  of  skills  including,  but  not  limited  to,  personal  hygiene, 
cooking,  use  of  public  transportation  systems,  the  ability  to  earn 
sufficient  money  to  live,  and  personal  financial  management. 
Often,  activities  that  are  routine  or  even  mundane  to  individuals 
with  no  developmental  disability  are  extremely  challenging  for 
individuals  with  mental  retardation.  For  example,  identifying 
correct  change  for  the  bus  can  be  a  monumental  task  requiring 
tremendous  effort.  Failure  to  perform  the  skill  correctly  in  the 
community  setting  can  be  a  very  frustrating  and  frightening 
experience.  In  addition,  inability  to  perform  basic  living  skills, 
such  as  money  management,  can  be  a  crueial  factor  for  not 
achieving  greater  independence.  Therefore,  all  resources 
available  to  help  train  individuals  with  mental  retardation  must 
be  utilized.  Innovative  technology  can  automate  complex  tasks 
and  thus  simplify  some  of  the  activities  required  for  successful 
independent  living.  Automation  and  effective  training 
techniques,  e.g.  computer-simulation  (7),  are  both  ways  of  using 
technology  to  increase  the  opportunity  for  individuals  with 
mental  retardation  to  learn  key  skills  necessary  to  reach  ever- 
increasing  levels  of  residential  independence. 

Automation:  An  alternative  for  financial  management 

The  extensive  time  and  effort  required  by  service  providers  to 
aid  individuals  with  mental  retardation  in  basic  living  skills, 
such  as  management  of  personal  checking  accounts,  can  be  very 
costly  to  the  mental  health  system.  For  example,  the  State  of 
Colorado's  1990  rates  for  individuals  with  mental  retardation 
vary  according  to  the  level  of  independence  that  has  been 
achieved.  Rates  range  from  $83.08  per  day  for  individuals 
with  minimal  independence  down  to  $24.96  per  day  for 
individuals  in  community  transition  programs.  Therefore,  State 
supported  costs  of  care  decrease  as  greater  independence  is 
achieved.  In  some  cases,  cognitive  limitations  hinder  the 
ability  of  individuals  with  mental  retardation  to  acquire  the  full 
spectrum  of  skills  necessary  for  financial  management,  e.g. 
addition  and  subtraction,  and  thus  achieve  greater 
independence. 

High  costs  have  limited  acquisition  of  computer  equipment  for 
community  care  facilities.  However,  decreasing  costs  of 
personal  computers  in  the  past  decade  have  brought  technology 
more  within  reach.  Monitoring  the  checkbook  of  individuals 
with  mental  retardation  is  a  task  often  performed  by  a  mental 
health  practitioner,  e.g.  counselor,  case  manager,  or  living  skills 
instructor.  Computer  technology  provides  an  attiactive 
alternative  to  continuous  client  monitoring  by  the  service 
provider  by  reducing  the  complicated  task  of  financial 
checkbook  management  to  a  limited  set  of  skills  that  can  be 
more  easily  mastered.  Monitoring  financial  assets  of  clients  can 
thus  bcconie  less  time-consuming  and  possibly  even  a  much 
less  frequent  necessity.  An  automated  system  can  help  ensure, 
for  cxiunplc,  that  bad  checks  are  not  written  or  that  no  more 
thjm  an  allotted  amount  of  money  is  spent  during  a  given  time 
period.  In  addition,  common  payee's,  e.g.  rent,  phone  bill,  cui 
be  stored  in  the  computer  and  accessed  with  just  a  few 
keystrokes.    All  tlicse  features  can  equip  individuals  with 


mental  retardation  with  critical  money  management 
capabilities.  Other  personal  computer  check  writing  and 
account  balancing  programs  exist.  However,  these  programs 
have  not  been  designed  specifically  for  use  by  individuals  with 
mental  retardation,  and  they  are  not  portable.  In  addition,  these 
programs  require  the  availability  of  a  general  purpose  computer. 
The  Chec-Rite  system  is  envisioned  to  require  no  additional 
computer  hardware  or  software. 

DESIGN  AND  DEVELOPMENT 

Chec-Rite  is  a  portable  computerized  device  approximately  4"  x 
8"  when  closed.  Power  is  provided  either  by  batteries  or  an  AC 
adapter.  When  opened,  there  is  a  keyboard  with  dedicated 
function  keys  on  the  lower  half  of  the  device  and  a  liquid 
crystal  display  (LCD)  screen  on  the  upper  half.  Figure  1  depicts 
the  device  concept. 


Figure  1:  Cbee-Rite  Design  Concept  Diagram 


Research  is  ongoing  to  identify  the  optimal  user  interface  and 
functional  capabilities  to  meet  the  specific  needs  of  the  target 
population.  An  initial  design  prototype  has  been  developed 
on  an  IBM  compatible  computer  as  a  Microsoft  Windows  3.0 
application.  To  increase  operational  fidelity  a  touch  screen  has 
been  incorporated  into  the  Chec-Rite  prototype.  This  approach 
simplifies  operation  of  the  prototype  and  provides  a  more 
realistic  assessment  of  the  user  interface. 

Chec-Rite  design  features 

Requirements  for  the  Chec-Rite  system  have  been  categorized 
into  user  requirements  and  case  management  requirements. 
User  requirements  include  basic  system  capabilities  that  must 
be  available  to  the  user  with  mental  retardation.  Some  of  these 
features  include: 

•  capability  to  store/  retrieve  common  payees 

•  capability  to  print  onto  standard  persomtl  checks 

•  automatic  addition/  subtraction 

•  automatic  recording  of  checks  written  in  register 

•  portability 

•  durability 

Ca.sc  management  requirements  arc  design  features  identified 
through  field  interviews  witli  living  skills  instructors  working 
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with  individuals  witli  mental  retardation  on  financial 
management  skills.   Features  include: 

•  preventing  checks  which  exceed  current  balance 

•  automatic  reminders  to  write  checks  (e.g.  rent) 

•  real-time  budget/ check  amount  comparisons 

•  customizable  check  writing  limits 

Status  of  development 

The  Chec-Rite  product  is  currently  under  development  through 
the  Department  of  Education's  SBIR  program.  The  Phase  I 
research  is  scheduled  for  completion  March  1992.  An  initial 
version  of  the  Chec-Rite  software  suitable  for  use  on  a  home 
computer  is  expected  for  release  in  the  second  half  of  1992. 

The  second  phase  of  the  SBIR  is  anticipated  to  begin  late  1992. 
Continuing  research  includes  further  design,  development,  and 
testing  of  the  Chec-Rite  system  for  commercial  application  to 
the  population  of  individuals  with  mental  retardation.  Also 
included  is  development  of  the  hardware  and  software  required 
to  support  Chec-Rite.  Chec-Rite  will  be  designed  to  take 
advantage  of  existing  display,  printing,  and  microprocessor 
technology.  As  a  result,  cost  will  be  minimized  to  make  the 
product  more  affordable.  The  value  of  the  Chec-Rite  system 
will  be  inversely  proportional  to  the  end  cost  of  the  device  to 
the  user  population.  Testing  of  Chec-Rite  will  be  continued  in 
Phase  11  to  determine  the  optimal  design  that  provides  a  system 
that  can  be  easily  mastered  by  the  target  population. 
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Chec-Rite  will  enhance  the  ability  of  individuals  with  menial 
retardation  to  master  one  of  the  most  critical  skills  necessary  for 
independent  living,  i.e.  effective  management  of  personal 
checking  accounts.  The  system  will  automate  many  of  the  more 
mechanical  tasks  associated  with  financial  management  to 
allow  skill  training  lo  focus  on  important  money  concepts,  e.g. 
is  the  product  worth  the  asking  price.  Application  of  innovative 
technology  can  help  individuals  with  menlai  retardation  develop 
the  adaptive  skills  they  may  never  have  achieved  otherwise  duo 
to  cognitive  limitations  and  insufficient  tinning.  Chec-Rite 
will  simplify  tiie  complicated  task  of  checkbook  balancing  and 
check  writing  and  thus  enhance  tiie  possibility  of  increased 
independence  for  individuals  witii  mental  retardiition. 
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Responsive  Environment  Project  -  Transparent  Navigation  Assistant 


David  L.  Jaffe,  Eric  E.  Sabelman,  Gayle  E.  Curtis 
Palo  Alto  VA  Medical  Center 


Abstract 

The  goal  of  the  Responsive  Environment  (RE)  project  is  to 
increase  the  independence  of  visually  impaired  blind,  and 
cogniUvely  disabled  individuals  who  are  navigating  through 
unfamiliar  surroundings. 

The  system  wiU  enhance  their  mobility  and  orientation  by  using 
a  flexible  arrangement  of  communication  aids.  It  will 
unobstrusively  guide  and  inform  them  with  a  series  of  audible 
prompts  (sounds,  tones,  or  digitized  voict),  tactile  maps,  or 
laree  orint  displays.  These  modalities  wUl  operate  transparenUy 
to  air«:t  travelers  to  their  destination,  taking  into  account  their 
abilities. 

Two  scenarios  of  system  activation  will  be  evaluated  in  this 
oroiect  One  method  utilizes  transponders  (credit-card  sized 
devices  which  are  detected  as  the  user  walks  by  an  e Iccuonic 
interrogator)that  identify  the  individuarsabilities and 

desUnation,  Annunciator  devices  in  the  environment  would  then 
be  acUvated  automatically  to  direct  the  traveler  In  the  second 
arrangement,  the  user  triggers  a  remote  control  device  when 
assistance  or  detailed  information  is  desired. 


Intersection  Sensors  -  These  are  radio  frequency  electronic 
transponders  made  by  Telsor  [7],  A  non-powered  credit-card 
sized  unit  is  carried  by  the  traveler.  The  card  s  16  character 
code  defines  the  user's  destination,  as  well  as  sensory  and 
cognitive  capabilities.  When  a  card  passes  within  range  of  a 
fixed  intersection  sensor,  the  code  is  read  m  a  non-contact 
fashion  providing  the  system  with  informaUon  about  when  a 
particular  location  is  passed  by  a  particular  user.  (Figure  1 
shows  these  devices.)  The  RE  then  activates  displays 
a^proDriate  to  the  user's  capabilities  (audio,  large  print,  or 
tactile)  The  degree  of  detail  delivered  would  depend  on  the 
user's  needs  and  desires.  For  example,  the  amount  of 
informaUon  could  be  programmed  to  decrease  with  familiarity. 
Or  a  "discovery  mode"  could  be  implemented  to  give  the 
traveler  additional  information  about  the  surroundings:  for 
example  what  departments  and  offices  are  in  the  vicinity. 


Background 

Past  efforts  to  give  unobtrusive  guidance  to  blind  individuals 
include  "tSkinI  signs,"  developed  at  the  Smith-Kettlewell  Eye 
Research  InsUtSte  [1].  TTiese  devices  arc  typically.placed  above 
doorways  and  conunuously  emit  infrared  transmi^ions  which 
are  converted  into  spoken  location  informaUon  when  the  user 
aims  a  hand-held  receiver  at  the  door  The  Royal  Nat  onal 
InsUtute  for  the  Blind  proposed  an  interface  concept  similar  to 
the  RE  but  was  limited  by  the  available  remote  identificauon 
technology  to  an  "on/ofP  rccogniUon  signal  [2].  Navigational 
aids  for  the  blind  include  a  Japanese  system  for  outdoor 
guidance  using  a  robot  "dog"  which  signals  when  the  user  is  on 
fhe  correct  rSute  [3].  Voice  Label  [41  is  a  commercially- 
available  wall-mounted  recorder/player  actuated  remotely  by 
individuals  who  are  blind  or  severely  visually  impaired. 

Wearable  memory  aids  with  visual  and  speech  outputs  for 
persons  with  cognitive  disabilities  arc  currently  under 
Investigation  [5],  Other  relevant  technology  includes 
environmental  conuol  systems, that  utilize  househo  d  power 
distribution  wiring  to  reduce  mstallation  costs  [6].  1  hese 
products  could  be  Integrated  into  a  RE  to  provide  computer 
conuol  of  elecuical  devices. 

Research  Plan 

The  goals  of  the  present  pilot  project  are  the  planning 
implementation,  and  small-scale  demonstration  of  possible 
coSiguraUons  for  the  RE.  Promising  designs  will       be  tested 
within  the  Medical  Center,  and  later  insullcd  m  other  public 
sites  such  as  airports,  schools,  and  shopping  centcn. 

Methods 

The  iniUal  prototype  of  the  RE  is  intended  for  visually-injpairwi 
and  brain-fnjiired  users.  Although  both  groups  wO"ld  bc"er.t 
from  the  prcsentaUon  of  navlgauonal  mformauon.  the  differing 
fwmats  and  rcpcUUon  rates  will  provide  a  good  test  of  the  RE  s 
adaptability. 

The  basic  scenario  for  interacting  with  the  RE  can  best  be 
explained  by  describing  the  system's  elements. 


Figure  1  -  Telsor  card,  transponder,  and  computer  interface 

Displays  ■  At  each  instrumented  intersection,  guidance 
information  will  be  provided  to  the  uaveler.  Audible  options 
include  voice  announcements,  musical  rones,  or  amp  ified 
environmental  cues.  The  informaUon  can  also  be  uansmittcd  ro 
a  hand-held  receiver  via  an  infrared  link.  Appropriate  brge 
print  electronic  signs  will  serve  sighted  u^velers  Tactile  maps 
could  also  be  provided.  alUiough  there  is  currenUy  no  standard 
format  or  location  for  them.  The  system  would  have  to 
accommodate  the  varied  reading  skills  of  visually  impaired  and 
blind  people. 

Node  Computers  -  These  are  specialized  microcontrollers 
connected  Oie  intersection  sensors  and  displays.  They  pass  the 
user's  location  to  the  Supervisory  Computer  and  return 
navigation  information  to  the  traveler.  These  computers  can 
also  actuate  physical  assistive  devices  such  f.cl'l^wrs,  stair 
lifts,  etc.  depending  on  the  user's  needs.  Under  the  basic 
navigation  scenario,  the  system  detects  the  user  s  presence  at  a 
particular  node  and  guides  him/her  ro  the  next  node,  where  *c 
recognition  and  direcUon  steps  are  repeated.  Optionally  the 
node  computers  can  direct  the  user  to  a  staff  person  for 
assistance. 

Supervisory  Computer  -  This  is  the  intelligem  heart  of  the 
system.  It  will  control  the  exchange  of  commands  and  data 
among  the  node  computers.  It  will  have  knowledge  of  the 
Environment  including  location,  type.  and  current  status  " 
intersections  sensors,  desUnations.  and  f«0"f«s  °" 
include  not  only  disability-specific  aids  such  as  ran  ps  vo.cc- 
outDut  elevators,  and  the  like,  but  also  primary  and  alternate 
routes  to  common  destinations:  locations  of  optional 
desUnaUons  such  as  resuooms,  snack  bani,  public  telephones. 
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and  waiting  rooms,  and  the  names  and  titles  of  people  who  staff 
the  facility.  Access  to  these  resources  will  be  accomplished 
in  the  "User-initiated"  and  "Rich  Info"  modes  described  below. 

System  elements  will  be  configured,  modified,  and  updated 
through  the  Supervisory  Computer's  keyboard  and  display.  In 
addition,  a  Phone  Interface  will  provide  verbal  destination 
infoimatioa  to  off-site  callers.  Finally,  this  system  will  be  used 
to  program  the  Telsor  cards. 

Front  Door  Kiosk  -  This  will  be  a  station  located  at  the  main 
building  entrance  whose  purpose  is  to  give  the  traveler  on-the- 
spot  ira(»mation  to  reach  hivher  destination.  For  sighted  users, 
map  information  will  be  displayed  on  a  computer  CRT  in 
response  to  touch-screen  destination  choices.  For  blind  or 
vision-impaiied  travelers,  an  audio  and/or  tactile  scheme  will  be 
implemented.  In  the  former  case,  the  system  would  issue 
spoken  prompts  and  the  user's  choices  would  be  entered  with 
raised  buttons  on  a  TouchTone  style  keypad.  The  Front  Door 
Kiosk  informs  the  Supervisory  Computer  of  the  traveler's 
needs. 

Network  -  This  is  the  hardware  which  connects  the  Supervisory 
Computer  to  the  Front  Door  Kiosk  and  the  Node  Computers 
located  throughout  the  test  site  (typically  at  corridor 
intersections).  Connections  between  the  Node  Computers  can 
be  implemented  in  one  or  more  of  the  following  ways:  twisted- 

Eair  wire,  line  carrier  current  (through  the  AC  wiring),  radio 
equency,  infrared,  or  fiberoptic. 

User  wearable  elements  -  The  wearable  element  of  the 
Intersection  Sensors  has  already  been  described  above.  Some 
users  may  want  to  carry  a  remote  control  transmitter.  Its 
activation  would  send  an  infrared  information  request  to  the 
Supervisory  Computer  through  a  local  node  computer.  A 
handheld  audio  or  visual  display  would  enhance  the  user's 
privacy  and  substitute  for  the  broadcasted  modes  of  information 
dissemination. 

Software  -  Potions  of  the  controlling  software  will  be  written  in 
ToolBook  [8],  an  object-oriented  HyperCard-type  language  for 
PCs.  This  software  will  run  the  Front  Door  Kiosk  and  the  Phone 
Interface  as  well  as  control  the  network's  node,  computers  with 
their  sensors  and  displays. 


Figure  2  -  RE  system  schematic  configuration 


The  RE  will  be  configured  in  a  flexible  manner,  permitting 
operation  in  many  modes  and  with  many  strategies  for 
cominunicaling  environmental  information.  Among  tliem  are: 

1)  Destination-only  -  In  this  mode,  a  Telsor  card  will  be 
programmed  with  the  traveler's  destination  and  capabilities.  As 
he/5ie  walks,  information  will  be  received  in  a  maimer 


appropriate  with  his/her  capabilities.  This  information  is 
disseminated  transparently,  without  initiation  by  the  user.  Only 
information  which  leads  to  the  destination  would  be 
communicated. 

2)  User-initiated  -  In  this  mode,  the  user  carries  a  control 
device.  He/she  receives  information  only  when  the  button  on 
the  device  is  pressed.  Thus,  the  user  determines  when 
information  is  required, 

3)  Rich  info  mode  -  This  mode  adds  additional  capability  to  the 
User-initiated  mode.  When  the  control  device  is  acUvated,  the 
user  can  receive  descriptive  information  about  the  immediate 
surroundings  as  wdl  as  destination  information. 

4)  Non-arrival  -  The  system  will  be  able  to  detect  the  absence 
of  a  traveler  at  a  particular  node  after  a  programmed  time.  The 
system  will  attempt  to  communicate  with  a  lost  user  and  send 
updated  destination  instructions. 

5)  Personal  sound  -  This  traveling  methodology  uses  distinctive 
sounds  to  assist  a  blind  or  visually  impaired  user  to  a 
destination.  At  the  Front  Door  Kiosk,  the  user  is  assigned  a 
sound  (musical  notes  or  animal  sound)  and  instructed  to  "follow 
that  sound". 

6)  Enhanced  environmental  sounds  -  This  scenario  involves 
providing  sounds  normally  associated  with  destinations: 
flushing  (toilet),  wpewriter  (office),  pots  and  pans  (cafeteria), 
drilling  (dentist  office),  ruffling  bills  (payroll),  etc. 

Status  (Work  Accomplished) 

Advisory  groups  -  The  project  staff  have  organized  two  focus 
group  meetings  and  have  met  with  six  potential  users  and 
clinicians  to  obtain  their  views  and  expertise  about  the 
functions  to  be  incorporated  in  a  RE,  concentrating  on  blind, 
visually  impaired,  and  brain-injured  users. 

Telsor  cards  •  A  set  of  four  cards  and  one  transponder  have 
been  purchase  I,  tested,  and  interfaced  to  a  PC  and  a  Macintosh. 
Programs  havf.  been  written  to  identify  individual  cards. 

Simulation  software  -  To  explore  the  elements  of  the  RE,  a 
visual  simulation  of  the  system  has  been  written  in  an  object- 
oriented  graphic  environment  on  a  Compaq  Deskpro  386.  It 
currently  includes  a  map  of  the  Medical  Center  grounds,  a 
query  screen  for  picking  a  destination  within  the  facility,  and  a 
navigation  and  orientation  screen  which  depicts  corridor 
pathways  within  a  simulated  building.  [Figure  3]  In  operation, 
the  computer  user/traveler  picks  one  of  eight  locations  and  is 
guided  by  text  prompts  toward  the  destination.  The  user  selects 
Uie  direction  oftravel  and  the  virtual  traveler  moves  through  the 
corridors.  Simulated  sensor  readings  and  system  responses  arc 
displayed  in  text  boxes.  As  work  on  this  project  continues, 
actual  sensors  and  communication  elements  will  be  substituted 
lOr  the  simulated  ones. 


SchHTUUc  IMsgram  of  M«dlc«l  C«nl»r 


Figure  3  •  Screen  from  ToolBook  simulation  program 
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Future  Work 

The  plan  for  implementation  of  the  RE  consists  of  the 
following: 

1)  A  survey  of  potential  test  sites  selected  from:  airport,  large 
business,  shopping  center,  university  or  hospital. 

2)  Installation  of  card  detectors  and  information-transfer 
devices  at  locations  selected  from:  intersections,  elevators, 
ramps,  powered  doors,  resirooms,  information  retrieval  devices 
(library  catalog,  telephone  or  data  terminal)  at  one  site. 

3)  One-month  test  with  10  blind  and  10  brain-injured  users. 

4)  Evaluation  of  initial  test  followed  by  possible  revision  of 
equipment  and  software. 

5)  Selection  of  two  sites  for  upgrade  of  resources  and  expanded 
testing. 

6)  Enrollment  of  100  subjects  (half  for  control  group  without 
"smart"  identification  cards). 

7)  Installation  of  20-30  deteetor/infcrmation  transfer  nodes  at 
each  site. 

8)  Six-month  test  of  both  spontaneous  use  by  subject  pool  and 
investigator -monitored  trials. 

9)  Evaluation  of  6-inonth  tesis;  deliverables  consi.st  of  plans  for 
implementing  REs. 

Significance 

It  is  estimated  that  over  7.5  million  nnn-institulionali/.ed 
Americans  are  limited  in  their  self-care  activities  and 
occupations  by  disability  or  chronic  illness  [9).  The  RE  will 
accelerate  the  integration  of  many  of  these  individuals  into  the 
mainstream  of  society  by  increasing  their  ability  to  find  their 
way  independently.  The  RE  would  relieve  therapists  and 
uainers  of  some  of  the  burden  of  orienting  disabled  individuals 
within  their  physical  surroundings.  Under  .some  circumstances, 
the  RE  could  substitute  for  a  human  escort.  The  proposed  RE 
would  reduce  the  cost  of  accessibility  to  the  disabled  user,  who 
must  otherwise  invest  time  and  attention  beyond  that  required 
of  the  able-bodied,  and  to  the  service-provider,  who  must 
employ  staff  and  build  facilities  specifically  for  informing  and 
directing  the  disabled.  In  addition  to  the  public  facilities 
discussed  herein,  it  is  anticipated  that  the  RE  concept  will  also 
be  applicable  to  the  home  and  workplace  and  for  able-bodied 
people  in  unfamiliar  surroundings.  Expansion  to  other  types  of 
disiiilities  could  enhance  the  independence  of  elderly,  hearing- 
or  mobility-impaired  individuals. 

Discussion 

Implicit  in  the  study  of  the  RE  is  estimation  of  the  cost  of  their 
full-scale  implementation.  Obviously,  a  facility  equipped  with 
a  RE  will  contain  recognition  and  communication  devices  and 
their  interconnecting  circuitry  that  will  impose  added  capital 
and  maintenance  costs.  However,  the  RE  will  incorporate  or 
supplant  some  equipment  ordinarily  included  in  a  public 
facility,  such  as  annunciators,  directories,  and  signs.  The  RE 
could  also  be  expected  to  reduce  the  labor  costs  associated  with 
operating  an  accessible  facility,  by  replacing  some  human 
information  and  escort  personnel.  Recently  pas.<«d  legislaUon, 
such  as  the  Americans  with  Disabilities  Act,  will  create 
additional  opportunities  for  disabled  people  to  make  use  of 
public  facilities.  The  Responsive  Environment  concept 
promises  to  be  a  cost-effective  approach  that  does  not  unduly 
burden  either  the  disabled  user  or  the  operator  of  the  facility. 
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INTRODUCTION 

This  presentation  summarizes  the  purposes,  methods, 
and  Icey  findings  of  a  survey  on  awareness  and 
information  needs  related  to  assistive  technology  in 
Maryland  (Malouf.  Peterson.  Pilato,  &  Owings. 
1991).  The  survey  was  conducted  as  part  of  the 
statewide  Maryland  Technology  Assistance  Program 
(TAP).  The  overall  goal  of  the  Maryland  TAP  is  to 
increase  knowledge  of  and  access  to  assistive 
technology  by  individuals  with  disabilities.  The 
survey  had  three  purposes:  (a)  to  provide  data  on  the 
use  of  assistive  technology:  (b)  to  provide  data  on 
awareness,  information  needs,  and  current  sources  of 
information  about  assistive  technology;  and  (c)  to 
provide  a  baseline  for  measuring  changes  in 
awareness  in  subsequent  years. 

METHOD 

Since  the  Maryland  TAP  is  intended  to  benefit  a 
statewide  population  of  individuals  with  disabilities 
at  all  ages,  the  survey  sought  to  represent  this  diverse 
population  to  the  greatest  extent  possible.  The  survey 
sample  was  selected  from  populations  receiving 
services  from  special  education,  vocational 
rehabilitation,  and  senior  services  in  six  counties  in 
Maryland.  The  six  counties  were  selected  to 
represent  urban,  suburban,  and  rural  areas.  The 
sample  was  stratified  by  disability  category  and  age 
for  special  education  and  vocational  rehabilitation  and 
by  age  for  senior  services,  and  was  drawn  randomly 
from  the  client  bases  of  these  three  agencies. 

Participants  were  given  the  option  of  telephone  or 
mail  forms  of  the  survey.  Alternate  forms  were  also 
developed  for  child  and  adult  samples:  seniors  and 
vocational  rehabilitation  clients  were  surveyed 
directly,  and  parents  completed  the  survey  for 
children  in  the  special  education  population. 
Respondents  were  paid  for  completing  tlie  survey. 

RESULTS 

A  total  of  415  responses  were  received  for  a  response 
rate  of  22%.  The  respondents  were  divided  fairly 
equally  across  the  three  agency  types  and  the 
disability  categories.  The  number  of  responses  was 
sufficient  to  support  analyses  hy  service  agency  and 
disability.  However,  it  should  be  recognized  that  the 
responses  may  not  be  fully  rcpiesentative  of  the  total 
population.  Factors  such  as  use  of  or  interest  in 
assistive  devices,  socioeconomic  status, 
communication  difficulties,  and  other  factors  may 
have  influenced  wh-  h  individuals  responded.  Since 


different  agency  types,  disability  groups,  and  age 
ranges  were  approximately  equally  represented  in  the 
samples  but  not  in  the  populations  from  which  they 
were  drawn,  a  weigliting  procedure  was  used  to  more 
accurately  refiect  their  prevalences  in  the  population. 

Use  of  Assisliie  Devices  _ 

The  highest  percentages  of  use  of  assistive  devices 
were  found  for  the  vocational  rehabilitation 
population.  Ten  to  12%  of  the  vocational 
rehabilitation  population  used  vision  aids  (other  than 
eyeglasses,  which  were  used  by  58%);  about  20% 
used  aids  to  compensate  for  hearing  impairments: 
about  20%  used  mobility  aids  such  as  wheelchairs  or 
walkers:  about  12%  used  devices  for  computer 
access,  environmental  control,  or  self-care:  and  4% 
used  speech  or  communication  devices  such  as  a 
communication  board  or  speech  synthesizer.  Among 
the  special  education  population.  7%  reported  using 
speech  or  communication  devices.  7%  reported  using 
mobility  devices.  2%  used  devices  for  hearing,  and 
i%  used  devices  for  vision  (other  than  eyeglasses, 
which  were  used  by  38%).  The  majority  of  special 
education  students  had  mild  to  moderate 
cognitive/learning  or  speech/language  problems  that 
did  not  require  assistive  devices.  Among  seniors, 
21%  used  mobility  aids.  6%  used  devices  for  hearing 
better,  and  91%  used  eyeglasses  or  magnifying 
devices. 

Sources  of  Infcrmalion  ahoul  Assistive  Devices 

The  respondents  were  asked  about  the  so>jrccs  of 
information  they  had  used  in  the  previous  year  to  find 
out  about  assistive  devices.  "Doctors  or  other 
medical  people"  were  identified  as  the  primary  source 
of  information  about  assistive  devices  by  all  three 
groups  (with  a  tie  occurring  in  the  special  education 
population).  The  populations  appeared  to  differ  in 
the  other  information  sources  used.  For  special 
education,  "a  place  where  you  get  services"  was  one 
of  the  two  most  commonly  used  sources,  while  other 
sources  were  used  by  10%  or  less  of  the  population. 
Vocational  rehabilitation  respondents  indicated  use  of 
a  greater  variety  of  information  sources.  "A  place 
where  you  get  services."  "pamphlets,  books  or 
catalogs."  "friends  or  relatives."  "articles  in 
newspapers  or  magazines."  and  "television  or  radio" 
(in  descending  order  of  pcrcentajsc)  were  all  used  by 
more  than  10%  of  the  vocational  rehabilitation 
population.  Seniors  also  reported  reliance  on 
multiple  sources  for  information  about  assistive 
devices.  'Articles  in  newspapers  or  magazines." 
"friends  or  a-latives."  "television  or  radio,"  and  "a 
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place  where  you  gel  services"  (in  descending  order  of 
percentage)  were  all  used  by  moie  than  10%  of  the 
senior  population. 

Respondents  were  also  asked  to  identify  those 
sources  of  information  that  they  considered  "very 
helpful."  To  a  large  extent  these  findings  reflect 
those  reported  above.  For  the  overall  population,  it 
appears  that  the  most  commonly  used  sources  of 
information  also  tended  to  be  "very  helpful,"  with 
"doctors  or  other  medical  people"  ranking  highest  for 
the  overall  population  and  for  each  agency  type. 

Need  for  Additional  Devices 

The  TAP  survey  asked  respondents  if  they  needed 
additional  assistive  devices  that  they  did  not  currently 
have.  Among  the  vocational  rehabilitation  population, 
31%  indicated  a  need  for  additional  devices,  with 
substantially  higher  percentages  for  the  visual  (49%), 
hearing  (38%),  and  physical/speech  (38%)  categories 
than  for  the  cognitive/learning  (16%)  categor)'.  Only 
15%  of  the  parents  of  special  education  students 
indicated  a  need  for  additional  devices.  However, 
61%  of  parents  of  multiply-handicapped  students 
believed  their  children  needed  other  devices,  and 
higher  percentages  were  also  found  for  parents  of 
children  in  the  visual  (38%),  physical/health  (30%), 
and  hearing  (24%)  categories.  Only  10%  of  seniors 
thought  they  needed  additional  devices.  Furthennore, 
a  considerable  percentage  of  special  education, 
vocational  rehabilitation,  and  senior  respondents 
(23%,  24%,  and  19%,  respectively)  reported  that  they 
did  not  know  whether  they  needed  additional  devices 
or  not,  indicating  a  lack  of  information  about  what 
assistive  technology  miglit  benefit  them  or  their 
children. 

Informalion  Needs 

A  major  goal  of  the  Maryland  TAP  is  to  discover 
and  meet  people's  needs  for  information  about 
assistive  technology.  Respondents  were  asked  to  rate 
the  importance  oi  learning  more  about  several  topics 
of  assistive  technology,  including  general  information 
about  assistive  devices;  a  basic  introduction  to 
assistive  devices;  information  about  how  to  get,  how 
to  use,  how  to  maintain  and  repair,  and  how  to  pay 
for  assistive  devices;  and  information  about  what 
specific  devices  they  or  their  children  needed. 

Five  of  the  seven  topics  were  rated  "very  important" 
or  "essential"  by  over  40%  of  tlic  vocational 
rehabilitation  population.  Tlie  vocational 
rehabilitation  population  gave  the  highest  percentage 
to  "how  to  gel  assistive  devices,"  followed  by  "how 
10  pay  for  assistive  devices"  and  "what  specific 
devices  you  need."  As  with  earlier  questions,  higher 
percentages  were  found  for  groups  with  specific 
sensory  or  physical  disabilities.  For  example,  over 
80%  of  respondents  with  visual  impairments  desired 
more  information  about  specific  devices  and  how  to 
gel  and  pay  for  them. 


For  the  overall  special  education  population,  the 
percentages  tended  to  be  somewhat  lower  than  for 
vocational  rehabilitation.  However,  parents  of 
students  with  sensory,  physical,  or  multiple 
disabilities  rated  their  informalion  needs  much  higher. 
For  example,  learning  about  specific  devices  for  their 
children  was  rated  very  important  or  essential  by 
8!%,  77%,  66%,  and  62%  of  parents  of  children  with 
multiple,  physical,  visual,  and  hearing  di.>;abililies, 
respectively.  In  contrast,  the  senior  population 
expressed  relatively  low  needs  for  learning  more 
about  any  of  the  topics  listed,  with  all  except  "how  to 
pay  for  assistive  devices"  rated  as  "very  important" 
or  "essential"  by  less  than  25%  of  the  populalioa 

Conclusions 

The  findings  of  the  Maryland  TAP  survey  indicate 
that  there  is  a  great  need  for  more  information  about 
assistive  technology,  especially  among  special 
education  students  and  vocational  rehabilitation 
clients  with  sensory,  physical,  and  multiple  handicaps. 
These  populations  in  particular  expressed  a  strong 
desire  for  more  information  about  what  assistive 
devices  they  or  their  children  need  and  how  to  obtain 
and  pay  for  these  devices.  The  results  support  the 
need  for  an  organized  effort  to  provide  information 
about  assistive  technology  to  individuals  with 
disabilities. 

The  results  of  the  TAP  survey  also  provide  direction 
on  how  best  to  structure  an  informalion  campaign. 
All  three  groups  included  in  this  study  relied  heavily 
on  doctors  and  other  medical  professionals  for 
information  about  assistive  technology.  Vocational 
rehabilit.stion  clients  and  special  education  students 
also  reported  agency  service  providers  as  important 
sources  of  information.  In  addition,  vocational 
rehabilitation  and  senior  populations  indicated 
moderate  use  of  printed  materials,  radio,  and 
television  for  information  about  devices.  Thus,  a 
successful  information  campaign  will  target  medical 
and  other  service  providers,  and  may  supplement 
Ihes  j  sources  with  media  efforts. 

Programs  for  public  awareness  and  informalion  often 
rely  on  information  products  such  as  pamphlets, 
newsletters,  media  announcements,  and  public 
displays.  The  findings  of  the  TAP  survey  suggest 
that  such  information  products  may  be  useful  and 
necessary,  but  that  a  more  pressing  need  is  for  the 
provision  of  information  services.  Existing  service 
providers  in  such  fields  as  education,  rehabilitation, 
senior  services,  and  medicine  may  offer  the  most 
effective  and  appropriate  means  for  providing 
information  services.  These  services  should  supply 
individuals  with  information  about  what  assistive 
devices  they  need  and  how  best  to  obtain  them. 

The  needs  expressed  by  respondents  have 
implications  for  what  specific  information  services 
are  necessary.  The  survey  found  strong  needs  for 
information  about  how  to  get  and  how  to  pay  for 
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assistive  devices.  The  Maryland  TAP  can  address 
these  needs  by  providing  consultation  on  existing 
devices  and  the  means  available  for  obtaining  them. 
These  services  should  help  individuals  navigate 
through  the  often  confusing  process  of  finding  and 
financing  assistive  technology. 

The  TAP  survey  included  only  individuals  within 
Maryland.  However,  great  care  was  taken  in  the 
sampling  process,  with  the  resulting  sample  fairly 
equally  distributed  across  three  separate  service 
agaxies.  Because  of  the  study's  careful  sampling 
plan  and  its  use  of  three  large  client  bases,  the 
sample  may  also  be  representative  of  disabled 
individuals  outside  Maryland.  The  results  of  the 
Maryland  TAP  survey  may  be  useful  to  other  states 
in  determining  their  residents'  needs  for  infonnation 
about  assistive  technology. 


ACKNOWLEDGEMENTS 

Funding  for  reseai\h  was  provided  by  a  grant  5rom 
tlie  Office  of  Special  Education  Programs.  U.S. 
Department  of  Education. 

REFERENCES 

Malouf,  D.B.,  Peterson,  D.B.,  Pilato,  V.H.,  & 
Owings,  M.  (1991).  Maryland  Technology 
Assistance  Program:  Survey  on  Assistive 
Technoloj^  Awareness  and  Infonnation 
Needs  in  the  State  of  Maryland.  College 
Park,  MD:  University  of  Maryland,  Institute 
for  the  Study  of  Exceptional  Children  and 
Youth. 

Dana  Peterson 
University  of  Maryland 
1220  Benjamin  Building 
College  Park,  MD  20742 


Funding  for  Maryland  TAP,  and  for  the  reports 
described  in  this  paper,  was  provided  under  PL  100- 
407.  NIDRR  grant  no.  H224A90019. 


RESNA  International  ^  •  June  6-11,  1992 


11.2 


TECHNOLOGY  COH.PETENCIES  AND  TRAINING  GUIDELINES 
FOR  OCCUPATIONAL  THERAPISTS 


American  Occupational  Therapy  Association  Technology  Special  Interest  Section 
Joy  M.  Hamniel,  MEd,  OTR,  Palo  Alto  VAMC  RR&D  Center;  Roger  O.  Smith,  MO,  OTR,  Trace  R&D  Center 
Judy  Rein,  MS,  OTR;  Kennedy-Kreeger  Institute;  Denis  Anson,  MS,  OTR;  Univ.  of  Washington,  Seattle 


ABSTRACT 

A  set  of  technology  core  competencies  and  training  guidelines  for 
occupational  therapists  (OTs)  has  been  drafted  by  the  Technology 
Special  Interest  Section  (TSIS)  of  the  American  Occupational 
Therapy  Association  (AOTA).  Competencies  are  delineated  into 
three  leveis:  knowledge,  general  technologist,  and  specialized 
technologist.  This  set  is  intended  to  serve  as  a  basis  for  pro- 
viding technology  training  to  OTs  at  the  pre-  and  post-profes- 
sional levels,  as  well  as  to  serve  as  a  training  model  for  other 
rehabilitation  technology  professions,  such  as  rehabilit;^tion 
engineering,  and  physical  and  speech  therapy.. 

BACKGROUND 

Technology  has  served  as  one  of  the  primary  toots  of  occu- 
pational therapists  since  the  profession  si:utcd  in  the  early 
190O's.  Light  and  high  technologies  have  been  used  to  improve 
the  functional  performance  of  individuals  with  disabilities  within 
the  community,  work,  play  and  school  settings.  Many  recent 
trends  in  our  society  have  increased  the  u.sc  and  proliferation  of 
commerical  and  assistive  technologies.  Due  to  the  changing 
nature  of  our  society  imposed  by  the  Information  Age,  indi- 
viduals are  now  required  to  access  and  use  many  technologies, 
such  as  computers,  networks  and  faxes,  on  a  daily  basis. 

Assistive  technologies,  such  as  wheelchairs  and  adapted  computer 
access  devices,  are  becoming  increasingly  available  and  sophis- 
ticated. Five  years  ago,  access  to  adapti  ve  'cchnologies,  par- 
ticularly high  technologies  such  as  computer  access  devices,  was 
extremely  limited.  Individuals  with  disabilities  were  forced  to 
adapt  themselves  to  flt  the  limited  capabilities  of  the  tech- 
nologies. Today,  there  is  an  increasing  range  and  sophistication 
level  of  technologies,  from  low  to  high  tech,  from  which  to 
choose,  giving  consumers  the  opportunity  to  customize  and 
integrate  many  technologies  to  fit  their  specific  needs  and  life 
goals. 

Recently,  our  .society  has  seen  a  grass  roots  movement  among 
individuals  with  disabilities  which  has  resulted  in  several  key 
pieces  of  legislation.  Key  legislation,  such  as  the  Americans 
with  Disabilities  Act  (PL  101-336),  the  Technology  Related 
Assistance  for  Individuals  with  Disabilities  Act  (PL  ICX)-407), 
the  Rehabilitation  Act  (PL  99-506)  and  Amendments  of  1986, 
and  Education  for  All  Handicapped  Children  Act  (PL  94-142), 
mandate  that  children  and  adults  with  disabilities  be  given  equal 
access  to  technologies  which  enable  them  to  function  in  the 
community,  school,  and  workplace,  and  that  monies  and  services 
be  appropriated  to  train  professionals  in  the  application  of  these 
technologies. 

Access  to  technology  has  become  as  critical  a  need  for  individ- 
uals with  disabilities  as  is  access  to  the  physical  environment 
Therapists  must  be  aware  of  and  competent  in  the  evaluation. 


prescription,  operation,  and  adaptation  of  technologies  if  they  are 
to  meet  the  changing  needs  of  individuals  with  disabilities. 

The  increased  use  of  technology  has  also  introduced  many 
emerging  areas  of  service  delivery  in  which  rehabilitation  profes- 
sionals, including  occupational  therapists  and  rehabilitation 
engineers,  can  become  involved  in,  such  as  adaptive  computer 
access  assessment,  ergonomic  analysis,  and  worksite  accom- 
modation. Therapists  must  extend  service  delivery  outside  of  the 
traditional  clinic  setting  to  the  schools  and  worksites.  They  must 
be  competent  in  woiking  within  a  multidisciplinary  service 
delivery  team  which  may  include  physical  and  speech  therapists, 
medical  professionals,  engineers,  teachers,  rehabilitation  coun- 
selors, employers  and  vendors,  as  well  as  a  variety  of  internal  and 
third-party  reimbursement  sources.  Therapists  must  also  function 
in  the  role  of  consumer  advocate,  working  with  co-tsumers  to 
ensure  access  to  and  funding  for  enabling  tcchnc'.ogies. 

All  of  these  trends  demonstrate  the  importance  of  technology  in 
our  society  and  the  need  for  therapists  and  all  rehabilitation 
professionals  to  be  knowledgeable  in  the  application  of  these 
technologies.  However,  surveys  of  occupational  therapists  and 
therapy  programs  have  found  this  need  has  been  relatively  unmet 
and  have  demonsuated  the  critical  need  for  ongoing  technology 
training  on  tx)th  the  pre-  and  post-service  levels  (1,21. 

OBJECTIVE 

In  response  to  the  need  for  technology  training,  the  American 
Occupational  Tlierapy  Association  (AOTA)  has  developed  a  new 
Technology  Special  Interest  Section  (TSIS).  The  goal  of  the 
TSIS  is  to  serve  as  a  central  clearinghouse  and  netwoiking  base 
of  technology-related  information  and  expertise.  One  of  the 
primaiy  projects  of  the  TSIS  is  to  develop  and  evaluate  a  set  of 
technology-related  competencies  and  training  guidelines  for 
occupational  therapists. 

APPROACH 

Before  drafting  the  competencic, ,  an  extensive  list  of  content  to 
be  taught  was  identified  by  the  TSIS  members,  expert  clinicians, 
educators,  and  searches  of  the  RESNA  and  AbleData  databases 
(sec  Table  1).  In  addition  to  the  traditional  content  categories  of 
contfol,  communication,  and  mobility,  the  list  was  extended  to 
include  funding/reimbursement,  service  delivery,  information 
dissemination,  and  technology  transfer.  A  set  of  core  compe- 
tencies was  drafted  from  this  list.  Competencies  were  split  into 
three  levels:  knowledge,  general  technologist,  and  specialized 
technologist. 

Knowledge 

The  knowledge  level  applies  to  minimum  competencies  all 
therapists  should  possess  upon  completion  of  prc-professional 
uaining.  Therapists  at  this  level  will  provide  technology-related 
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treatments  with  supervision  and  triage  and  referral  services  to 
clinicians  at  the  general  and  specialized  levels.  It  is  critical  that 
therapists  at  this  level  be  competent  in  the  identification  and  use 
of  technology  resource  networks  and  databases  to  refer  clients  to 
the  appropriate  technology  evaluation  and  prescription  services. 

General  Technologist 

Therapists  at  the  general  technologist  level  have  completed 
additional  technology  training  through  a  specialized  program, 
such  as  the  University  of  Wisconsin-Madison's  OT  TechSpec 
program  [31,  and  an  additional  5Ch60  hour  clerkship  with  a 
general  or  specialized  OT  technologist  General  technologists 
may  serve  as  Technology  Team  Coordinators  and  provide 
unsupervised  technology-related  treatments;  however,  they  arc 
not  qualified  to  provide  specialized  technology  evaluations. 

Specialized  Technologist 

The  specialized  technologist  has  developed  an  expertise  in  a 
specific  application  of  technology,  such  as  seating  and  posi- 
tioning or  worksite  accommodation.  Therapists  at  this  level  are 
qualified  to  develop  and  conduct  technology  assessments  and 
provide  specific  troubleshooting. 

Therapists  at  the  general  and  specialized  levels  arc  encouraged  to 
participate  in  the  development  and  evaluation  of  new  tech- 
nologies and  design  and  implementation  of  technology-related 
research  projects. 


TabI*  1 .  Areas  of  technology  content  on  which  competonclos 
and  training  guidelines  are  based. 


RESULTS 

To  date,  the  first  set  of  core  competencies  for  knowledge-level 
therapists  completing  prc-professional  training  has  been  devel- 
oped. Each  competency  is  accompanied  by  training  guidelines 
and  suggested  methodologies  and  existing  resources  which  can  be 
used  within  OT  curricula.  This  detailed  set  is  available  through 
the  TSIS.  A  set  of  similar  competencies  which  emphasizes 
innovative  methods  of  providing  continuing  education  is  being 
drafted  for  therapists  who  have  been  practicing  for  many  years, 
but  need  additional  training  to  learn  about  new  technologies  and 
to  remain  current  on  the  latest  advaiKements,  legislation,  and 
emerging  areas  of  service  delivery. 

Upon  revision  of  this  set,  the  competencies  will  be  reviewed  by 
AOTA  and  be  distributed  to  OT  training  programs  for  imple- 
mentation and  evaluation. 

DISCUSSION 

Tlie  core  technology  competencies  developed  by  the  TSIS 
emphasize  the  role  of  the  occupational  therapist  within'a  multi- 
disciplinary  service  delivery  team.  Competencies  specifically  tap 
into  the  existing  knowledge  base  of  occupational  therapists;  that 
is,  the  expertise  of  the  therapist  in  identifying  the  needs  of 
individuals  with  disabilities  and  in  integrating  various  tech- 
nologies (light,  high,  assistive,  rehabilitative)  which  will 
optimize  functional  performance  within  the  home,  work,  school 
and  play  environments. 

At  the  knowledge  level,  therapists  are  not  required  to  possess  the 
same  knowledge  of  technology  as  that  of  other  rehabilitation 
professionals,  such  as  engineers;  but  rather,  to  have  an  overall 
understanding  of  the  specific  roles  of  each  team  member  in  the 
service  delivery  of  technology  and  the  ability  to  locate  and  tap 
into  the  services  of  these  professionals  to  assist  in  the  evalua- 
tion, prescription,  and  technology  transfer  process.  For  example, 
a  knowledge-level  OT  is  not  required  to  be  able  to  fabricate  a 
switch  from  scratch  or  to  program  a  HypeiCard  stack  to  run  an 
environmental  control  unit.  Instead,  therapists  must  be  able  to 
identify  information  resources  and  databases  which  will  help 
them  locate  commercial  devices,  identify  local  consumers  already 
using  these  products,  contact  general  or  specialized  OT  technol- 
ogists who  can  perform  further  evaluation  and  prescription 
services,  and  identify  other  rehabilitation  professionals 
(engineers,  technicians,  therapists,  consumers,  vendors)  who  can 
help  to  fabricate  or  adapt  these  technologies  and  train  the 
knowledge-level  therapists  how  to  use  and  incorporate  diem  in 
their  practices. 

Although  the  competencies  were  Epccifically  designed  for  OTs, 
they  are  relevant  to  and  can  be  adapted  for  other  rehabilitation 
professions  including  physical  and  speech  therapy,  engineering, 
special  and  regular  education,  and  rehabilitation  counseling. 

The  drafting  of  this  set  of  competencies  is  the  fu^t  step  in 
providing  comprehensive,  quality  technology  training  to 
occupational  therapists.  This  list  focuses  primarily  on  training 
within  pre-professional  university-based  OT  programs.  Ihere  is 
still  a  large  number  of  occupational  therapists  who  have 


Tochnology  Training  Content 

Accessible  Architectural  Design 
Administratfon  &  Management 
Augmentative  &  Alternate  Communication  (spoken  &  written) 
Biofeedback 
Computer  Applicatfons  (hardware  &  software) 
Education 
Environmental  Control 

Funding 
Information  Networking 

Interface  Design 
Job  Accommodation 
Legislation 
Light/Daily  Living  Technotogies 
Neuromuscular  Elactrk^l  Stimulatbn 
Orthotics  &  Prosthetics 

Personal  Care  Aids 
Personal  Transportatton 
Quantitative  Functional  Assessment 
Recreatton 

Research  S  Development  (Technology  transfer) 
Robotics 
Seating  &  Posilbning 
Sensory  AkJs 
Service  Delivery 
Wheeled  Mobility 
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been  practicing  for  many  years  who  need  technology  training  on 
introducioiy  and  advanced  bases.  In  the  future,  the  TSIS  plans  to 
develop  a  similar  set  of  competencies  and  continuing  education 
training  guidelines  for  this  groi-p  of  practicing  therapists,  and  for 
therapists  who  a^ire  to  become  general  and  specialized  technol- 
ogists. COmpentencies  for  general  and  specialized  technologists 
will  be  developed  in  conjunction  with  other  professional  groups 
drafting  similar  guidelines  including  RESNA,  ASHA,  and  the 
Council  for  Exceptional  Children. 
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IhfTRODUCTION 


In  rscint  years,  several  Rehabilitation  Technology  programs 
have  reported  on  their  experiences  traveling  to  clients  rather 
than  having  clients  travel  to  the  Rehab.  Technology 
Center.''^  The  reports  have  concentrated  on  the  means  of 
service  delivery,  usually  specially  equipped  vans  to  provide  on 
site  fabrication  services. 

The  Department  of  Rehabilitation  Engineering  of  University 
of  Wisconsin  Hospital  and  Clinics  designs  and  fabricates 
custom  seated  positioning  systems.  The  Department 
established  an  Outreach  Program  in  1981.  For.the  first  two 
years,  department  staff  traveled  from  Madison,  to  see  clients 
located  throughout  much  of  the  state  of  Wisconsin.  Trips 
were  to  schools,  nursing  homes  or  community  agencies 
where  several  clients  could  be  seen  in  one  day.  The  trips 
were  on  a  regular  schedule.  Staff  members  traveled  once  or 
twice  each  week.  An  individual  client  could  rely  on  being 
seen  every  5th  week.  The  length  of  the  trips  varied  from 
approximately  100  to  300  miles  round  trip. 

In  1983,  the  Department  hired  staff  members  who  lived  in 
the  more  distant  Outreach  areas  served.  We  fell  having  staff 
members  located  in  the  geographical  areas  served  would 
provide  better  service  because  they  would  be  available 
between  Outreach  visits  and  they  would  facilitate 
coordinating  appointments  and  outreach  visits.  MadLson- 
based  staff  members  continued  to  travel  to  these  Outreach 
areas.  Clients  were  seen  by  a  team  consisting  of  a  Madison- 
based  staff  member  and  the  new  'local'  staff  member. 

A  management  accounting  system  was  developed  to  monitor 
the  financial  performance  of  each  Outreach  Area  and  to 
provide  feedback  to  all  staff  members  on  financial  activities. 
In  this  accounting  system,  revenue  is  obtained  from  charge 
documents  filled  out  whenever  patients  are  seen.  Expenses 
arc  divided  into  three  broad  categories:  1.  Materials,  which 
includes  the  seating  systems  fabricated  for  the  Department 
by  an  outside  vendor,  metal  brackets,  shop  supplies  and  shop 
personnel.  2.  Professional  staff,  which  includes  both  the 
'local'  and  Madison-based  staff.  Charges  for  the  Madison- 
based  staff  include  travel  time  and  vehicle  charges.  3. 
Department  overhead  which  includes  secretarial  staff, 
management  and  other  general  expenses. 

The  accounting  system  includes  separate  'areas'  for  clients 
seen  at  University  Hospital  in  Madison,  for  those  Outreach 
clients  seen  only  by  Madison-bascd  staff  and  for  clients  seen 
for  'special  projects'. 


METHODS 

The  management  accounting  system  was  used  as  a  data  base 
to  examine  the  question  of  cost  effectiveness  of  alternative 
service  delivery  models.  The  geographical  areas  in  the 
accounting  system  can  be  grouped  into  one  of  three  service 
delivery  models: 

1.  Center  Based,  No  Outreach 

2.  Local  Outreach 

3.  Outreach  With  Local  Staff 

The  Center  Based  area  with  No  Outreach  is  for  clients  seen 
at  University  Hospital  in  Madison.  This  would  correspond 
to  the  traditional  model  of  a  Rehabilitation  Engineering 
Center.  Clients  travel  to  a  central  facility  which  has  a  large 
staff  and  extensive  equipment. 

The  Local  Outreach  area  is  for  clients  who  live  close  to 
University  Hospital  and  are  served  by  Madison-based  staff 
members  who  travel  to  the  client.  This  type  of  service 
delivery  corresponds  to  the  traditional  wheelchair  vendor. 
Travel  is  to  local  facilities  such  as  schools,  nursing  homes 
and  communitj'  agencies.  The  length  of  the  trips  seldom 
exceeds  100  miles  round  trip. 

Outreach  With  Local  Staff  are  'areas'  with  staff  members 
who  live  outside  Madison  and  have  regularly  scheduled  trips 
by  Madison-based  staff  members.  Most  clients  are  seen  at 
centralized  locations  within  the  area  by  both  the  Madison- 
based  and  local  staff  members.  The  local  staff  member 
travels  to  see  other  clients.  Trips  by  the  Madison-bascd  staff 
members  are  200-300  miles  round  trip.  Trips  by  the  local 
staff  are  less  than  75  miles  round  trip. 

RESULTS 

Data  was  taken  from  the  managerial  accounting  system  for 
four  consecutive  years  (fiscal  years  86/87-89/90).  During 
this  period,  the  Department  averaged  approximately  1,700 
client  visits  and  300  new  seated  positioning  systems  per  year. 
The  seating  systems  were  constructed  of  plywood  and  foam 
and  manufactured  by  local  vendors  to  specifications  provided 
by  the  Department  of  Rehabilitation  Engineering. 

The  ratio  of  revenue  divided  by  expense  (expressed  as  a 
percentage)  is  used  as  a  measure  of  fmandal  efficiency  for 
each  type  of  service  delivery.  A  ratio  of  100%  would  be 
considered  breakeven. 

The  results  for  the  four  types  of  service  delivery  are  shown 
in  Table  1.  An  analysis  of  variance  revealed  that  differences 
between  years  or  types  of  service  delivery  are  not  statistically 
significant. 
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TABLE  1,  COST  EFFECTIVENESS  OF  ALTERNATIVE 
SERVICE  DELIVERY  MODELS 


June  1991,  90, 


3,  Segner,  Scott;  TechWorks  Rehabilitation  Engineering 
Services  in  New  Mexico  -  Two  Years  Later,  Proceedings  of 
the  14th  Annual  Conference  on  Rehabilitation  Technology, 


SERVICE  DELIVERY 
MODEL 


Center  Based,  No  Outreach 
Local  Outreach 
Outreach  With  Local  Staff 


REVENUE/EXPENSE 
RATIO 


129% 
126% 
119% 


4,  Hiestennan,  Roxanne;  Rural  Assistive  Technology 
Services:  The  Montana  Adaptive  Equipment  Program, 
Proceedings  of  the  14lh  Annual  Conference  on 
Rehabilitation  Technology,  June  1991,  179, 


5,  Caster,  Lydia;  Langton,  Anthony,  and  Trachtman, 
LawTence;  Cooperative  Service  Delivery.  A  Cost-E£fectivc 
Strategy.  Proceedings  of  the  14th  Annual  Conference  on 
Rehabilitation  Technology,  June  1991,  79, 


DISCUSSION 

It  seems  intuitive  that  traveling  to  sec  clients  should  be  more 
expensive  than  having  clients  travel  to  your  center.  This  is 
not  supported  by  our  results  and  by  anecdotal  results  from 
other  centers.  In  our  experience,  seeing  patients  on 
Outreach  trips  is  more  efficient  because  staff  waiting  time  is 
reduced  or  eluninated.  When  clients  travel  to  see  us,  they 
often  arrive  late  or  cancel  their  appointments  with  little 
advance  notice.  When  we  travel  to  see  clients,  there  is  no 
lost  waiting  time.  At  facilities  where  we  sec  several  clients, 
such  as  nursing  homes  or  schools,  clients  arc  available  as 
soon  as  we  are  free  to  see  them. 

There  arc  other  ser/ice  delivery  programs  that  travel  to 
remote  centers,  but  having  a  local  area  coordinator  is 
uncommon.  Having  both  centralized  and  "local"  staff 
members  is  a  feature  of  programs  in  Montana^  and  South 
Carolina',  This  type  of  program  might  be  described  as  a 
"distributed". 

Traveling  to  sec  patients  has  an  additional  benefit,  INPUT!! 
When  clients  travel  to  University  Hospital  lo  sec  us,  they  are 
rarely  accompanied  by  more  than  one  person  who 
works/lives  with  them.  When  we  travel  ou;  to  sec  clients, 
usually  parents/attendants,  teachers  and  therapists  arc 
present.  Having  the  additional  people  present,  allows  a 
much  more  complete  explanation  of  what  needs  the 
equipment  should  address.  The  needs  maybe  contradictory, 
but  Rehab.  Engineering  staff  can  point  out  the  conlradiclions 
and  present  alternatives.  The  final  decision,  made  by 
everyone  present,  insures  a  good  match  between  equipmeni 
and  client  needs. 

We  have  found  Outreach  a  means  of  providing  quality 
equipment  in  a  cost  effective  manner. 
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Abstract 

It  is  becoming  increasing  importanc  to  assure  the 
quality  of  rehabilitation  engineering  and  assistive 
teehnology  services.  An  important  part  of  any  quality 
assurance  program  is  the  data  management  system. 
Any  data  system  must  be  able  to  provide  critical 
information  about  people  served,  services  provided  and 
other  activities  of  the  program.  Rehabilitation 
Technology  Services,  an  affiliate  of  the  Vermont  Rehab 
Engineering  Center  has  developed  a  comprehensive 
Dbase  III  + /Clipper  information  system  that  is  easy  to 
use  and  is  capable  of  tracking  clients,  services  and  other 
necessary  information. 

Imrodudion 

The  provision  of  assistive  technology  and  rehabilitation 
engineering  services  has  grown  significantly  during  the 
last  few  years.  With  legislation  such  as  the  Tech  Act,' 
Americans  with  Disabilities  Act,  changes  in  education 
laws  and  proposed  changes  in  the  Rehab  Act,  it  is 
anticipated  (hat  these  services  will  continue  to  grow. 

As  more  service  programs  arc  established  it  becomes 
increasingly  important  to  assure  the  quality  of  services. 
An  important  part  of  any  quality  assurance  program  is 
the  collection  of  appropriate  data.  This  information  is 
vital  in  evaluating  a  program's  performance,  such  as 
types  of  clients  served,  actual  client  flow,  average 
income/loss  per  client,  future  client  flow  projections, 
material/labor  costs,  quarterly  or  annual  profit/loss 
statement,  etc.'  This  information  is  important  for 
program  planning  and  accountability. 

Rehabilitation  Technology  Services  (RTS)  was  started 
in  1983  as  a  private  partnership  to  provide 
rehabilitation  engineering  and  assistive  technology 
services  to  the  northern  New  England  area.  In  1985 
the  company  was  moved  to  Vermont  and  became  an 
affiliate  of  the  Vermont  Rehabilitation  Engineering 
Center  at  the  University  of  Vermont.  It  is  still  run  as 
a  small  business  as  part  of  the  Orthopaedic  and  Rehab 
clinical  practice  group. 

RTS  provides  rehabilitation  engineering  consultations 
as  well  as  fabrication  services,  information  and  referrals 
and  educational  programs  and  workshops.  Almost  all 
areas  of  assistive  technology  arc  covered  by  RTS 
services  particularly, worksite  modifications,  educational 
and  classroom  accommodations,  mobility  and  seating, 
communication,  computer  access,  devices  for  activities 
of  daily  living  and  architectural  accessibility.  The 
services  of  RTS  have  been  expanded  greatly  during  the 
last  due  to  a  contract  with  the  Vermont  Assistive 
Technology  Project  funded  through  the  Tech  Act." 
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These  expanded  services  include  a  mobile  service 
delivery  program  that  supports  local  mobility  and 
seating  clinics  with  engineering  consultation  and  "try- 
out"  equipment  and  expanded  computer  and 
augmentative  communication  services  including  a  "try- 
out"  center  with  equipment. 

It  has  always  been  important  to  track  information  about 
the  services  we  provide.  This  information  has  been 
helpful  in  identifying  good  sources  of  referrals  as  well 
as  the  actual  costs  incurred  in  providing  the  services 
and  the  income  generated.  The  need  for  a 
comprehensive  data  collection  system  was  identified 
early  on  in  the  development  of  the  program.  This 
paper  describes  the  computer  based  data  collection 
system  developed  specifically  for  Rehabilitation 
Technology  Services  and  provides  illustrations  of  how 
the  data  is  analyzed  and  presented. 

Evolution  of  Information  System 

The  current  RTS  information  system  uses  a 
DBase/Clipper  tool.  The  original  information  system 
relied  on  a  single  DBF  file,  and  used  a  multi  page 
"Format"  Screens  to  govern  entry.  We  began  with  a 
schema  wherein  all  the  information  to  describe  any 
possible  activity  (as  well  as  the  complete  client 
demographic  record)  arc  held  in  a  single  DBF  record. 
Because  only  the  first  occurrence  of  a  client's  record 
carried  all  the  valid  personal  information.  However,  if 
changes  were  to  be  made  (new  telephone  number), 
then  the  user  would  have  to  locate  that  first  record,  or 
the  changes  would  be  lost.  This  structure  presented 
specific  problems  and  inefficiencies  in  handling  the  data 
including; 

1.  Managing  client  info  -  Hybrid:  Paper/Disk.  Client 
ID'S  are  managed  by  keeping  track  of  each  Client's 
folder. 

2.  Multiple  use  of  "PgDn"  key  to  find  correct  form. 
This  requires  extra  time  and  effort. 

The  capacity  lo  produce  valii.iblc.  reports  was 
compromised  due  to  the  structure  of  the  information 
system.  There  was  massive  wasteful  duplication  of 
fields  that  were  always  by  default  unused  and  blank. 
There  was  a  major  opportunity  for  user  error  that 
could  corrupt  the  real  history  that  this  system  was  set 
out  to  record. 

The  system  was  modified  using  a  DBase  III+  menu 
driven  system  which  has  ultimately  evolved  into  a 
system  using  Clipper  V5.01  with  Rtlink+. 

Desifft  of  Computer  Based  Info  System 

The  goals  for  the  .system  arc:  a)  to  have  an  accurate 
record  of  program  acti«tics,  b)  streamline  ihc  clerical 
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user's  input  task,  and  c)  to  provide  for  meaningful 
online  and  hard  copy  reporting  functions. 

Needs  and  Objectives  of  System 

The  specific  information  needs  of  the  service  delivery 
program  were  defined  and  objectives  were  developed 
for  the  computerized  information  system.  These 
objectives  included: 

1.  Rehab  technology  practice 

A.  Single  provider 

B.  Growth  to  second,  etc.  providers 

2.  Capture  daily  activity  of  provider(s) 

3.  Ease/power  of  functional  interface  for  clerical  staff 

4.  Eliminate  any/all  double  entry  (re-keying) 

5.  Accurately  and  effectively 

A.  Record  data 

B.  Portray  historical  &  financial  record  (on 
screen) 

C.  Provide  for  reports 
Structure  of  Database 

The  database  is  structured  around  three  pivotal  or  "key" 
fields  which  are  integral  to  the  conceptual  functioning 
of  the  RTS  Database.  These  fields  are: 

1.  Client  ID  number 

2.  Service/Activity  code 

3.  "Funded?"  question 

Each  unique  client  record  must  be  assigned  a  unique 
(usually  an  ascending  integer)  ID  number  or  code. 
Any/all  service  and  activity  records  must  carry  this  ID, 
which  forms  the  basis  of  a  relational  lookup. 

Each  service/activity  record  must  carry  a  "SVC  code. 
These  are  defined  on  the  paperwork  filled  in  by 
providers;  the  list  of  these  is  subject  to  periodic 
additions.  The  SVC  code  is  indicative  of  the  kind  of 
service  that  was  performed,  i.e.  information  provided, 
consultations,  engineering  design,  fabrication  or 
training. 

Each  service/activity  record  carries  a  flag  indicating  as 
to  whether  it  is  "funded"  or  not.  If  set  to  "true",  then 
additional  forms  may  be  enabled  to  the  clerical  user  for 
entry  of  this  related  information. 

The  system  was  established  as  a  menu  driven  system 
using  DBase  III+  PRG  program  files.  The  original 
massive-single  DBF  file  was  separated  into  three 
individual  DBF  files.  Client  records  (CLIENT.DBF) 
would  be  entered  only  once.  The  service  record 
(SERVICE.DBF)  describes  the  service  provider,  the 
nature  of  the  service,  a  few  related  details,  and  a  Hag 
telling  v/hether  or  not  this  activity  has  been  funded. 
The  third  file  is  the  activity  file  (ACTION.DBF).  This 
file  contains  fields  for  aU  dates,  times,  charges,  and 
payments  associated  with  this  activity. 

There  was  one  weakness  with  this  "Rcl.iii  .  iar 
approach,  due  to  the  runtime  way  that  DBase  III  + 


works.  While  these  3  files  were  lo^cally  linked  via 
several  key  fields,  during  record  selection  activities 
where  we  used  BROWSE  RELDS,  the  user  was  always 
free  to  alter  these  fields.  Additionally,  fields  were  open 
to  be  altered  if  the  user  chose  to  bypass  our  menu 
structure,  and  invoke  the  DBase  III+  EDIT  or 
APPEND  command. 

The  database  was  further  refmed  by  using  Clipper 
V5.01  with  Rtlink+  to  produce  a  single  "EXE"  file 
which  covers  all  the  functions  for  RTS  in  a  single 
stand-alone  program.  The  Clipper  version  of  the 
database  system  resolves  many  of  the  problems  faced 
by  using  the  Dbase  III+  menu  driven  version.  The 
look  and  feel  of  the  overall  package  was  improved  with 
such  features  as: 

1.  Unify  into  a  single  conidstent  set  of  keystrokes: 
<Ret>,  <Esc>,  and  a  very  small  number  of  <Fn> 
function  keys. 

2.  Quicker  response  and  more  direct  path  to  desired 
functions.  Multiple  choice  form  entry's  are  now  served 
by  POPUP  pick  lists,  eliminating  entry  of  INVALID 
values. 

3.  Control-fields  which  are  crucial  to  the  relational 
linking  of  the  3  separate  DBFs  are  no  longer  exposed 
to  errant  or  inadvertent  user  erasure  or  destruction.  At 
the  same  time,  the  relational  links  between  the  3  files 
arc  being  emphasized,  permitting  the  user  to  activate  a 
UNIFIED  BROWSE,  which  automatically  effects  the 
ONE-TO-MANY  link  betvreen  CLIENT  Records  and 
the  SERVICE/ACTIVITY  pair. 

4.  On  Line  HELP,  using  a  context-keyed  DBF/MEMO 
pair. 

5.  Better  integration  w/  MS-DOS  (3.30+)  Clipper  uses 
its  own  virtual  memory  System,  freeing  us  from  the 
640KByte  barrier  of  MS-DOS 

Reports 

The  strength  of  any  information  management  system  is 
the  ability  to  create  useful  reports  about  the  activities 
of  the  program.  We  have  used  our  system  to  aeate  a 
number  of  reports  describing  the  nature  of  services  that 
have  been  provided,  the  kinds  of  clients,  the  sources  of 
referrals,  the  nature  of  the  disabilities  and  functional 
limitations  of  the  clients  served,  etc  In  conjunction 
with  standard  accounting  procedures  and  reporting 
techniques,  our  information  system  has  provided 
valuable  data  on  how  and  when  services  are  funded. 

In  order  to  visualbc  our  data  we  have  aeated  a  link 
with  Harvard  Graphics  to  produce  graphs.  Figure  1 
demonstrate  the  distribution  of  ages  of  the  clients  seen 
by  RTS.  Figure  2  illustrates  the  categorization  of 
services  provided  by  RTS.  As  can  be  seen,  most 
services  involved  "Postural  Seating"  and  "Worksite 
Modifications."  The  figures  represent  the  percentage  of 
350  clients  seen  over  5  years. 
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Condusion 

A  computer  based  information  system  has  been  aeated 
to  track  information  about  clients,  services  and  funding 
for  a  private  rehabilitation  engineering  assistive 
technology  service  delivery  program.  The  system  has 
proven  to  be  effective  in  tracking  and  presenting  critical 
information  about  who  is  being  served  and  what  kinds 
of  services  are  being  provided.  The  system  has 
contributed  to  improving  the  delivery  of  services  and 
the  growth  of  the  program. 

Referenca 


1.  RESNA,  Rehabilitation  Technology  Service  Delivery: 
A  Practical  Guide,  RESNA,  Washington,  DC,  1987 


REHABILITATION  TECHNOLOGY  SERVICES 
CLIENT  -  5  YEARS 


A:  Arch  Access 
B:  LBP  Seating 
C:  Post.  Seat. 
D;  Power  Mobility 


0       E       F       G  H 

CATEGORY  OF  SERVICE 

E;  Aug  Communic 
F:  Computers 
G:  Worksite  Mods 
H:  Other  Mobility 


I:  Transport 
J:  Home  Mods 
K:  Ergonomic  Study 
L:  P  &  O 


REHABILITATION  TECHNOLOGY  SERVICES 
CLIENTS  -  5  YEARS 


PERCENT 


<5         5-21       22-30      31  -40      41  -50      51-60  60. 


AGE  (YEARS) 

RESNA  International '92  •  June  6-11,  1992 


20^ 


11.5 


How  to  Teach  about  Technology:  Developing  a  Syllabus  on  Assistive  Technology 
for  Rehabilitation  Educators 

John  R.  Schweitzer,  Paul  N.  Hale,  Jr.  and  Frank  D.  Puckett 
Center  for  Rehabilitation  Science  and  Biomedical  Engineering 
I^uisiana  Tech  University 
Ruston,  Louisiana  71272 


Abstract 

National  policy  in  recent  years  has  emphasized 
technology-related  assistance  as  an  integral  part 
of  rehabilitation  case  services.  This  has  created 
a  need  for  counselors-in-training  to  receive 
instruction  in  the  application  of  assistive  and 
rehabilitative  technologies  for  persons  with 
disabilities.  A  training  program  was  designed  to 
provide  rehabilitation  educators  with  an  exposure 
to  rehabilitation  technology  and  provide  an 
instructional  syllabus  to  facilitate  teaching  about 
assistive  technology  within  their  counselor 
training  curricula. 

Background 

Contemporary  legislation  in  the  area  of  assistive 
technology  includes  the  1986  Amendments  to  the 
Rehabilitation  Act  mandating  greater  use  of 
rehabilitation  engineering  services,  the 
Technology-Related  Assistance  for  Individuals 
with  Disabilities  Act  of  1988  which  establishes 
statewide  systems  change  in  access  to  assistive 
technology,  and  The  .Americans  with  Disabilities 
Act  of  1990  which  indicates  the  role  for 
technology  in  providing  "reasonable 
accommodation"  for  persons  with  disabilities. 
Rehabilitation  technology  is  a  relatively  new 
feature  in  rehabilitation  programs  and  few 
rehabilitation  counselors  have  received  formal 
training  in  this  area.  This  has  led  to  some 
apprehension  on  the  part  of  rehabilitation  staff. 
Appropriate  training  can  help  demystify  assistive 
technology  and  help  rehabilitation  staff  become 
more  comfortable  with  this  new  "tool"  for 
rehabilitation.  Perhaps  there  is  no  other  state 
agency  function  that  is  more  important  than 
providing  complete  on-going  training  to 
counselors     and     supervisors    who  have 


responsibility  for  providing  services  to  their 
clients  in  this  area  (CortheU  and  Thayer,  1986). 
Just  as  accountability  and  quality  assurance  are 
important  in  traditional  rehabilitation  practice, 
there  should  be  a  committment  to  assuring  that 
quality  services  are  provided  in  assistive 
technology.  Rehabilitation  counselors  have  the 
ultimate  responsibility  to  see  that  evaluations  for 
assistive  technology  are  performed  by  competent 
staff. 

Objective 

The  objective  of  this  training  program  was  to 
provide  rehabilitation  educators  with  an  overview 
of  rehabilitation  technology  as  well  as  experience 
in  various  assessment  laboratories  and  hands-on 
experience  with  assistive  devices.  The  training 
included  the  following  elements. 

Overview    of    assistive    technology  in 

rehabilitation  practice. 

Development  of  instructional  course  material. 

Review  of  a  proposed  syllabus  and  support 

material. 


One  of  the  instructional  sessions  dealt  with 
locating  assistive  technology  resources  in  one's 
local  area.  The  goal  of  this  training  program  was 
to  provide  the  rehabilitation  educator  with 
resources  and  guidance  for  teaching  a  two-hour 
instructional  unit  on  rehabilitation  technology 
ser.'ice  delivery. 

Methods 

Eleven  rehabilitation  educators  were  recruited 
from  the  south-central  area  of  the  United  Stales 
representing  the  following  ten  universities: 
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Arkansas    Tech    University,  Russellville, 
Arkansas 

East  Central  University,  Ada,  Oklalioma 
New  Mexico  State  University,  Las  Cruces, 
New  Mexico 

University  of  New  Mexico,  Albuquerque, 
New  Mexico 

Stephen  F.  Austin  University,  Nacogdoches, 
Texas 

University  of  Texas  -  Southwestern,  Medical 
Center  of  Dallas,  Dallas,  Texas 
University  of  North  Texas,  Denton,  Texas 
•     Southern  University,  Baton  Rouge,  Louisiana 
Louisiana  State  University,  Allied  Medical 
Center,  New  Orleans,  Louisiana 
Mississippi    State    University,  Starkville, 
Misssissippi 

The  training  approach  for  the  rehabilitation 
educators  was  guided  by  directing  the 
instructional  content  towards  the  following 
questions: 

1.    What    is    happening    in  rehabilitation 
technology;  what  is  the  current  state-of-the- 
art  in  this  field? 
2    How  do  rehabilitation  professionals  locate 
and  use  local  resources  to  obtain  assistive 
technology  services? 
Each  faculty  member  from  the  represented 
universities  received  an  instructional  manual 
which  included  the  following  components: 

An  outline  of  instructional  modules  on  four 
areas  uf  assistive  technology  service  delivery  - 
Wheelchairs  and  seating,  Augmentative 
communication.  Independent  living  devices, 
and  Adaptive  driving  and  personal 
transportation. 


A  prepared  narrative  of  five  to  six  pages, 
suitable  for  in-class  lecture,  which  discusses 
definitions  of  key  terminology,  describes 
examples  of  assistive  devices,  and 
recommends  procedures  for  gathering 
assessment  information  to  identify  an 
individual's  need  for  assistive  devices. 

A  list  of  media  resources  on  each  topic  to 
include  possible  guest  lecturers  from  local 
hospitals  and/or  rehabilitation  facilities. 

Recommended  strategies  for  evaluating  the 
learning  achieved  by  the  students  by  use  of 
prepared  test  items. 

Multiple-choice  test  items  were  developed  for 
each  content  area.  These  items  were  formatted 
to  ask  for  recognition  of  correct  definitions,  recall 
of  technical  and  clinical  terms  and  fiil-in-the- 
blank  "stems."  No  empirical  validation  of  the 
items  was  anticipated  or  planned.  Each 
rehabilitation  educator  was  to  determine  the 
appropriateness  of  the  test  items  for  his/her 
particular  situation. 

In  this  seminar,  a  significant  amount  of  time  was 
committed  to  actual  experience  with  assistive 
devices  in  various  assessment  laboratories. 

A  simulated  model  apartment  which  displays 
various  adaptive  devices  for  eating,  food 
preparation,  dressing,  bathing,  grooming,  and 
environmental  control. 

Seating  and  positioning  laborator'  in  which 
staff  conduct  assessments  for  manual  and 
powered  mobility  and  corrective  postural 
seating  systems. 
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Adaptive  driving  laboratory  for  tlie 
assessment  of  tlie  pliysical  and  cognitive 
attributes  of  driving  a  personal  vehicle. 

•  Laboratory  for  the  assessement  and 
prescription  of  augmentative  communication 
devices. 

Assistive  Devices  Information  Services 
(ADIS)  laboratory  for  storage  and  retrieval 
of  information  about  rehabilitation 
technology. 

Results 

This  training  program  and  syllabus  attempted  to 
provide  rehabilitation  educators  with  the 
resources  and  km.  "ledge  to  meet  the  needs  of 
their  rehabilitation  counselor  training  programs. 
Unsolicited  follow-up  from  attending  educators 
included  comments  such  as  the  following:  "I 
regard  my  participation  in  the  seminar  as  an 
excellent  investment  of  my  time.  The  print  and 
audio-visual  materials  provided  for  participants 
,will  be  very  useful  in  the  classroom.  1  have 
already  began  to  share  the  material  with  niy 
colleagues." 

A  telephorie  survey  was  conducted  six  months 
follov/ing  the  on-site  training.  The  survey  results 
indicate  that  80%  of  the  participants  have  used 
the  syllabus  materials  in  teaching  classes  studying 
rehabilitation  service  delivery.  Of  those  who 
have  used  the  material,  88%  reported  the 
material  to  be  "very  useful."  Those  who  had  not 
used  the  material  planned  to  teach  a  section  in 
which  they  will  use  the  syllabus  in  the  fall 
semester,  1992. 


If  this  training  is  carried  forward  as  planned,  it  is 
expected  that  counselors-in-training  who  receive 
this  instruction  svill  be  better  able  to  address  the 
assistive  technology  need  of  clients  on  their 
caseload  upon  employment  in  a  rehabilitation 
setting. 
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ABSTRACT 

Many  gaps  exist  in  our  current  service  delivery  systems. 
Exploration  of  innovative  methods  for  delivering  assistive 
technology  services  raised  the  pc  -bility  of  the  role  volunteers 
could  have  in  a  service  delivery  system.  Consideration  of  what 
role  individuals  with  disabilities  might  perfomi  as  "consumer 
volunteers"  started  as  a  result  of  discussions  on  the  importance 
of  consumer  involvement  and  the  "empoweraiem"  movement. 
Findings  indicate  that  volunteers  are  being  utilized  to  provide 
a  significant  portion  of  assistive  technology  services  in  many 
programs.  Utilizing  consumers  in  volunteercapacitiesisbcing 
done  and  represents  one  way  to  increase  meaningful  consumer 
involvement.  Although  volunteers  represent  an  attractive 
alternative  method  of  service  delivery,  there  are  many  consid- 
erations which  should  be  investigated  when  considering  any 
type  of  volunteer  program. 

INTRODUCTION 

Many  gaps  exist  in  our  current  service  delivery  systems.  The 
need  for  access  to  information  and  other  assistive  technology 
services  continues  to  grow  while  the  level  of  available  re- 
sources remains  limited.  Programs  are  increasingly  forced  to 
seek  delivery  models  which  economize  on  costs  and  stretch 
existing  capabilities.  .Volunteers  represent  a  potential  way  for 
assistive  technology  programs  to  supplement  available  staff 
and  fill  some  of  the  gaps  which  exist  in  most  service  delivery 
systems.  This  approach  has  particular  promise  for  rural  com- 
munities and  areas  where  technology  resources  and  services 
arc  undeveloped. 

BACKGROUND 

Volunteers  have  long  made  sub.stantial  contributions  to  the 
services  and  effectiveness  of  diverse  organizations.  Through- 
out our  history,  volunteers  have  been  active  in  hospitals, 
schools  and  in  the  community,  Volunteerism  is  an  essential 
component  in  contemporary  society  and  a  very  necessary  part 
of  many  social  programs.  Hospitals  in  particular  have  grown 
to  depend  on  volunteers  tooffer  services  and  extend  that  "extra 
effort"  to  meet  the  needs  of  patients  and  their  families. 

Limited  resources  exist  to  assist  consumers  in  getting  through 
the  service  delivery  process  or  to  suggest  where  to  go  to  receive 
appropriate  assistive  technology.  The  idea  of  people  with 
disabilities  serving  as  volunteers  in  providing  assistive  tech- 
nology services  and  related  services  to  other  people  witli 
disabilities  is  a  relatively  new  concept.  A  few  known  programs 
were  mentioned  although  little  dcKumcniationon  their  success 
and  failures  exist. 

Exploration  of  innovative  mctliods  for  delivering  assistive 
technology  scrv  iccs  raised  the  po-ssibility  of  the  role  volunteers 
could  have  in  a  service  delivery  system.  Volunteers  represent 
a  powerful  force.  Groups  such  as  the  Telephone  Pioneers  of 
America  and  Volunteers  in  Medical  Engineering  ( VME)  have 


established  reputations  as  valuable  resources  for  technology 
related  assistance.  Preliminary  research,  however,  suggested 
that  volunteers  as  a  group  were  an  under-utilized  resource  in 
the  area  of  assistive  technology. 

Consideration  of  what  role  individuals  with  disabilities  might 
perfomi  as  "consumer  volunteers"  started  as  a  result  of  discus- 
sions on  the  importance  of  consumer  involvement  and  the 
"empowemient"  movement.  South  Carolina  is  a  state  which 
traditionally  has  not  had  significant  levels  of  consumer  in- 
volvement or  self  advocacy.  Despite  this  historical  trend,  a 
number  of  individuals  with  disabilities  have  expressed  strong 
interest  in  becoming  involved  in  volunteer  capacities. 

Questions  to  be  addressed 

1 .  What  role  do  volunteers  play  in  the  delivery  of  assistive 
technology  services  ? 

2.  What  type  of  technology  related  services  do  volunteers 
assist  in  providing  ? 

3.  Are  consumers  being  used  as  '  olunieers  in  assistive  tech- 
nology service  delivery  ? 

4.  What  similarities  or  differences  exist  in  the  utilization  of 
consumer  volunteers  ? 

METHOD 

The  survey  was  mailed  to  431  programs  throughout  the  United 
States  knovwi  to  serve  individuals  with  disabilities.  Consumer 
advocacy  organizations.  National  Easter  Seal  and  United  Cere- 
bral Palsy  Association  affiliates,  state  programs  funded  under  the 
Technology  Related  Assistance  Act  and  rehabilitation  engineer- 
ing programs  participated  in  the  survey.  These  p'ograms  were 
randomly  selected  based  on  knowledge  that  they  were  thought  to 
provide  assistive  technology  and  related  services.  It  was  not 
known  whether  these  programs  had  volunteer  service  compo- 
nents. 

SURVEY  FINDINGS  AND  ANALYSIS 

Of  the  48 1  surveysdistributed,  a  total  of  1 24  programs  returned 
the  questionnaire  (25%).  A  breakdown  was  made  by  three 
geographic  areas:  South  Carolina,  the  Southeast  region  (RSA 
Region  IV),  and  The  Nation.  A  comparison  was  also  made  of 
the  states  which  had  been  awarded  Technology  Related  Assis- 
tance Grants  in  1989  and  1990.  Of  the  22  surveys  sent,  10 
responses  were  received. 

Surprisingly,  all  124  programs  (100%)  indicated  that  they  did 
utilize  volunteers  in  some  aspect  of  their  services.  Further 
analysis  showed  that  79  programs  and  agencies  (65%)  actually 
used  volunteers  in  technology  related  services. 

Analysis  was  completed  on  the  types  of  services  provided  and 
what  role,  if  any,  volunteers  had  in  these  specific  services.  Figure 
1 ,  showslhe  services  provided  and  the  level  of  volunteer  involve- 
ment reported. 
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n  Volunteers  Used  B  Ser\'ices  Provided 

Figure  1.  Role  of  Volunteers  in  the 

Delivery  of  Assistive  Technolog.v  Services 

In  reviewing  ihc  roles  of  volunteers,  several  patterns  consistently 
surfaced.  Infonnation.  advocacy,  referral  and  training  (client/ 
care  giver)  were  ser^'ices  where  use  of  volunteers  was  consis- 
tently highest  among  all  breakdouns.  Analysis  of  the  types  of 
volunteers  used  c!"igurc?..)showcd  Professionals,  Any  interested 
person.  Consumers  and  Retired  peisons  as  being  most  utilized. 
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Kinure  2.  Types  of  Volunteers  l.'sed 

Surprisingly,  in  response  to  tlic  question,"  Do  you  inquire  a 
particular  background  or  qualifications  loi  volunteers.'"  Only  a 
snnll  percentage  (26  required  specific  qualificatioas.  An 
exception  to  tins  was  the  Tech  Act  projects  where  7 1  ''/c  reported 
spccinc  requirements.  The.se  programs  were  found  to  also  have 
the  highest  level  of  consumer  volunteers. 

Other  responses  on  "types  of  volunteers"  made  reference  to 
Telephone  I'loiieers,  Volunteers  in  Medical  Kngineeriiig, 


Junior  League,  use  of  mentally  handicapped  individuals, 
military,  National  Labor  Engineers,  non-disabied  volunteers 
from  social/recreation  and  court  ordered  service. 

Consumer  Volunteers 

Varying  levels  of  use  of  consumers  as  volunteers  were  found. 
Figure  3.  indicates  the  approximate  level  of  consumer  volun- 
teer use  in  the  reporting  groups. 


National 


I  I  Southea.st  States 
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[Tn  States  w/Tcch 

^  Act  Projects 


tj  South  Carolina 


Figure  3.  U.se  of  Consumers  as  Volunteers 

The  level  of  consumer  volunteer  activity  in  tlie  Southeast 
appears  to  be  significantly  lower  than  in  the  National  sample. 
No  specific  reasons  were  indicated  to  explain  tliis  variation. 
Development  of  consumer  volunteer  activity  in  the  Southeast 
may  be  helpful  in  increasing  the  overall  level  of  advocacy  and 
consumer  activity. 

Comparison  of  consumer  volunteers  with  the  total  group  of 
volunteers  showed  similar  levels  of  utilization  (sec  Figure  4.). 
As  with  all  volunteers,  consumers  were  primarily  used  to 
provide  infonnation,  advocacy,  referral  and  training  (client/ 
care  giver). 
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Figure  4.  Comparison  of  Consumer  Volunteers 
with  all  Types  of  Volunteers 
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Use  of  volunlccrs  in  ptiwiding  services  ollici  wise  nol  available 
and  reducing  service  delivery  cosi  were  consislently  ranked  as 
primary  benefits.  Figure  5.  shows  reported  bcnefils  for  all 
groups. 
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SUMMARY 

In  comparing  volunteers  to  consumer  volunteers,  few  differ- 
ences surfaced  in  the  service  areas  in  which  they're  used.  One 
area  of  difference  occtirs  in  the  area  of  qualifications.  Con- 
sumer volunteers  were  expected  to  know  or  have  experience 
with  assistive  technology. 

Consumers  are  being  used  in  a  full  range  of  capacities  related 
to  assistive  technology  services.  Information  and  referral  and 
advocacy  activities  were  noted  as  primary  areas.  Limited 
involvement  was  noted  in  design  and  fabrication  and  other 
more  leclmical  activities.  It  is  fell  that  consumers  arc  capable 
of  playing  key  roles  in  these  capacities  as  well,  particularly  the 
design  area.  It  was  surprising  to  note  that  funding  assistive 
technology  ranked  as  a  less  frequently  used  role  for  volun- 
teers. 

Volunteers  are  being  utilized  to  provide  asignificant portion  of 
as.>:istive  technology  services  in  many  programs.  Utilizing 
consumers  in  volunteer  capacities  is  being  done  and  represents 
one  way  to  increase  meaningful  consumer  involvement. 
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Figure  5.  Primary  Beneftts  of  l.'sing  Volunteers 
DISCUSSION 

Many  itiipcrtant  issues  remain  to  be  resolved.  Volunteers  are 
being  utilized  to  provide  a  significant  portion  of  services  in 
many  programs  and  agencies.  The  exact  type  of  assistive 
technology  services  which  can  be  effectively  provided  by 
volunteers  requires  additional  investigation.  Issues  raised 
which  also  require  further  research  are  liability  and  quality 
assurance  concerns. 

Although  volunteers  representan  attractive  alternatisc  method 
of  service  delivery,  there  ate  costs  associated  with  operating  an 
effective  volunteer  program,  'lite  following  observations  were 
also  noted  in  reviewing  the  survey  responses: 

▲  Most  programs  responding  provide  sonic  training  lor 
volunteers. 

▲  With  the  exception  of  Tech  Act  proi;r:iins.  most  do  not 
reimburse  volunteers  for  expenses 

▲  Travel  considerations  and  olJifr  mobility  restrictions  may 
be  limiting  factors  for  consumer  volunteers 

▲  Significantly  fewer  retired  persons  (147,)  were  u.sed  as 
volunteers  in  Tech  Act  programs 

▲  Coordinators  (paid  stall)  ft  ere  identified  as  being  very 
important  to  successtul  volunteer  programs 

▲  Limited  funds  were  cited  as  primary  reasons  for  many 
programs  to  consider  use  of  volunteers 

▲  C'oiicems  lor  liability  were  noled  with  reconimctidatioiis 
made  to  consider  obtaining  insurance  covetage 
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Abstract 

There  has  been  much  speculation  concerning  ihc  value  of 
assistive  technology  services  to  medically  based  rehabilitation 
programs.  However,  the  lack  of  widespread  support  from  ad- 
ministrators of  rehabilitation  hospitals  continues  to  be  a  deter- 
rent to  the  acceptance  of  assistive  technology  as  a  separate, 
viable  service.  This  paper  attempts  to  examine  the  current 
attitudes  and  policies  of  these  administrators  by  presenting 
results  of  a  recent  survey  related  to  this  issue.  A  discussion  of 
the  results  in  terms  of  future  research  and  planning  needs  is 
provided. 

Background 

During  the  past  decade,  there  has  been  an  explosion  in  the 
development  of  medically  based  rehabilitation  programs.  Many 
large  medical  systems  have  expanded  services  to  include  reha- 
bilitation programs  as  an  effort  to  increase  profit  and  compete 
for  commercial  insurance  dollars.  There  have  also  been  many 
entrepreneurs  venturing  into  the  fieldof  rehabilitation.  Some  of 
these  programs  offer  limited.spccializcd services  but  most  have 
ventured  into  comprehensive  rehabilitation  services. 

A  comprehensive  rehabilitation  program  is  defined  as  a  pro- 
gram of  coordinated  and  integrated  services  which  include 
evaluation  and  treatment  and  emphasizes  education  and  train- 
ingof  those  served  and  their  families.  The  program  is  applicable 
to  those  individuals  who  have  severe  disabling  impairments  of 
recent  progression,  those  being  readmitted,  or  persons  who 
have  not  had  prior  exposure  to  rehabilitation  (CARF.  1991). 
There  may  be  many  smaller  specialized  services  or  programs 
within  these  comprehensive  programs.  However,  the  majority 
do  not  offer  assistive  technology  as  a  separate  specialized 
service.  One  statistic  that  points  to  this  fact  is  the  low  number  of 
rehabilitationengincers  working  in  medical  ba.sed programs.  In 
a  recent  survey  of  the  members  of  RESNA's  rehabilitation 
engineering  professional  specialty  group,  only  26  of  the  184 
respondents  indicated  that  they  work  in  a  hospital  setting 
(Trachtman.  1990). 

The  reasons  for  the  lack  of  availability  of  rehabilitation  engi- 
neering services  are  numerous  and  complex.  One  large  under- 
lying factor  relates  to  the  financial  pressures  placed  upon 
administrators  to  provide  intensive  rehabilitation  services  in  a 
cost  effective  environment.  It  has  been  speculated  that  many 
administrators  are  fearful  that  rehabilitation  engineering  ser- 
vices will  add  to  operating  costs  and,  at  best,  will  result  in 
uncollectible  revenue  (Laenger.  1987). 

In  order  for  the  field  of  assistive  technology  to  adequately 
add]  ess  these  issues,  the  attitudes  and  perceptions  of  rehabilita- 
tion hospital  administrators  must  be  clearly  understood.  This 
project  has  attempted  to  document  current  thinking  concerning 
some  of  these  critical  issues  through  a  nationwide  survey  of 
administrators. 


Objective 

The  survey  was  specifically  developed  to  extract  administrator's 
views  concerning  cost/benefit  issues  related  to  the  provision  of 
these  services  within  their  own  facilities.  The  survey  instru- 
ment was  designed  to  document  attitudes  of  administrators 
currently  employing  rehabilitation  engineers  as  well  as  those 
who  do  not.  The  data  gathered  is  to  be  used  as  a  springboard  to 
facilitate  farther  research  and  development  related  to  this  press- 
ing service  delivery  issue. 

Method 

A  mail  survey  was  initiated  in  49  states.  The  targeted  population 
was  selected  by  choosing  CARF  ac<;redited  rehabilitation  pro- 
grams designated  as  comprehensive  inpatient  rehabilitation 
programs,  spinal  cord  injury  programs,  or  brain  injury  pro- 
grams. Since  many  of  these  facilities  held  accreditation  under 
two  or  more  of  these  designations,  cross  referencing  was  done 
to  eliminate  duplication.  A  decision  was  mad^  .o  survey  all 
programs  rather  than  using  a  random  sampling  teclmique.  The 
total  number  of  programs  surveyed  was  407. 

The  survey  packet  contained  a  cover  letter,  a  page  defining 
assistive  technology  and  rehabilitation  engineering,  a  sheet 
requesting  background  information  about  the  program,  and  a 
survey  form.  The  survey  instrument  contained  two  major 
sections.  The  first  section  was  composed  of  questions  requiring 
respondents  to  rank  items  from  the  most  important  to  the  least 
important  as  they  impact  upon  decision  making.  The  second 
section  contained  Likert-type  items  constructed  to  obtainopin- 
ions  on  the  possible  impact  rehabilitation  engineering  services 
would  make  on  critical  business  issues  such  as  payor  mix. 

Results 

A  total  of  159  surveys  were  returned.  5  of  which  were  elimi- 
nated from  the  analysis  because  they  were  incomplete.  Of  the 
154  surveys  analyzed.  26  were  from  programs  employing 
rehabilitation  engineers.  The  respondents  represent  medically 
based  rehabilitation  programs  from  41  states. 

Questions  I  and  2  required  resfjondenls  to  rank  in  order  from 
most  im|X>rtant  ( 1 )  to  least  important  (4).  factors  that  influence 
purchase  of  high  tech  aids  or  devices  for  the  facility  (Question 
1)  and  employment  of  a  rehabilitation  engineer  (Question  2). 
Weighted  averages  weie  used  to  depict  an  overall  ranking.  The 
respondents  as  a  whole  indicated  that  the  ability  to  enhance  the 
functional  outcome  of  existing  chargeable  activities  was  the 
most  imfjortant  reason  for  purchasing  equipment  and  employ- 
ing rehabilitation  engineers.  However  after  separating  respon- 
dents into  two  groups,  those  with  rehabilitation  engineers  and 
those  without,  the  second  group  indicated  that  employment  of 
a  rehabilitation  engineer  would  be  influenced  by  his  or  her 
ability  to  generate  additional  revenue.  (See  Figure  1) 
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Question  2 

Items  that  were  ranked 
from  most  important  (1) 
least  important  (4) 
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laih^'Kc  functional  oolcomc  of 
enlisting  chsrgabic  iclivitics 


Mukct  nc>h  vrMkCS  lu  ■llract 
cc.nmcrcial  pa'jort 


So 

l-Jljiinecr  l-JIginccr 


Figure  1 

Question  3  required  respondenis  lo  indicate  to  what  cvlcnt  the 
revenue  produced  by  a  rehabilitation  engineering  (irograiii 
offsets  or  would  offset  associated  opcratingexpcases.  Respon- 
dents were  asked  to  indicate  on  a  1  to  5  scale,  1  being  loss,  3  the 
break  even  point,  and  5  indicating  profit.  There  were  lillle  to  no 
differences  between  the  responses  of  programs  employing 
rehabilitation  engineers  versus  iho.se  not  employing  engineers. 
Among  all  respondents.  3ii'5  indicated  tliey  Iclt  there  would  bo 
son.e  loss.  40<;f  indicated  break  e\cn.  and  only  20'";  felt  there 
would  be  some  amount  of  profit. 

Profitability 
Question  3 


When  separating  respondents  into  the  two  previously  nKiltioncd 
groups,  liitledi  fferencewas  noted  in  administrators  opin  ions.  Oiic 
exception  relates  to  the  issue  of  competitiveness.  Of  the  admin- 
istrators employing  rehab  engineers.  37%  felt  this  service  made  a 
significant  difference  in  their  ability  to  compete  with  other  rehab 
service  providers  in  their  region.  Only  8%  of  administrators  not 
employing  reliabilitation  engineers  predicted  that  it  would  make 
a  significant  impact. 

Impact  on  Competition 
Question  4 


3  Moderate  4  5  S:enilicer.l 

^Jl^   ENGINEERS      CD   NO  ENGINFF.RS 


Figure  3 

When  looking  at  the  respondents  as  a  whole,  another  important 
trend  was  noted.  Among  all  respondents,  59%  felt  that  rehabili- 
tation engineering  services  would  make  little  to  no  impact  on  a 
program's  ability  to  negotiate  higher  per  diem  rates  for  commer- 
cially insured  patients  (Figure  4).  This  is  somewhat  stuprising 
considering  the  fact  that  many  rehabihtation  hospitals  and  outpa- 
tient programs  are  now  carefully  predicting  the  scope  of  services 
a  patieni  w  ill  need  before  accepting  him  or  her  into  their  program, 
This  infomiation  is  then  provided  to  case  managers  as  an  estimate 
on  which  to  negotiate  daily  reimbursement  rates  for  patient  care. 


1  Loji  2  3  Brfak  Evrn  4 
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Figure  2 

Questions  4  through  8  asked  respondents  to  indicate  the  amoutil 
of  impact  ihey  felt  rehabilitation  engineering  .services  would 
have  on  various  factors  such  as  cotnpolitiveness  (Question  4), 
lunctional  outcome  data  (Question  5).  length  of  stay  (Question 
6),  speed  of  discharge  placement  (Question  1).  and  negotiation 
of  higher  per  diem  rates  (Question  «).  Resp^indenls  were 
required  to  indicate  their  opinion  by  ehtxising  a  point  on  a  1  to 
5  scale,  1  indicating  no  inipac!,  3  indicating  moderate  impact, 
iuul  .S  significant  impact. 


Impact  on  Per  Diem 
Question  8 


1  Non»-  2  3  Moderale  4  S  finLifirant 
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F'lgiire  4 

Possibly  the  most  infomiative  data  gathered  tlirough  the  survey 
was  the  additional  comments  written  by  the  respondents.  Many 
respondents  indicated  on  the  background  data  sheet  that  ser- 
vices such  as  spcciali/.cd  seating,  mobility,  environmental 
control,  augnieiilative  communication,  and  worksite  modifica- 
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lions  were  being  provided  ihiough  existing  therapy  staff.  An- 
other comment  that  appeared  on  many  surveys  was  that  insurers 
and  third  party  payors  are  not  interested  in  the  depth  of  services 
provided  to  patients,  rather  they  are  concerned  with  cost  con- 
tainment. 

Implications 

Several  conclusions  may  be  drawn  from  the  information  ob- 
tamed  in  this  study.  First  of  all,  assistive  technology  profession- 
als must  creatively  demonstrate  the  ability  to  generate  sufficient 
revenue.  Since  rehabilitation  engineering  services  arc  not 
recognized  by  prospective  payment  systems,  the  professionals 
providing  these  services  must  seek  innovative  avenues  of  fund- 
mg.  The  days  are  over  when  administrators  can  be  convinced  to 
pioneer  new  services  where  cost  effectiveness  is  questionable. 
If  assistive  technology  professionals  are  to  be  given  a  chance  in 
the  healthcare  arena,  ihey  must  approach  it  through  strategic 
planning.  A  keen  understanding  of  the  healthcare  business  is 
equally  as  important  as  maintaining  good  clinical  skills. 

In  reviewing  the  literature  related  to  assistive  technology  and 
rehabilitation  engineering,  there  continues  to  be  very  little  hard 
data  to  substantiate  or  refute  the  views  of  administrators. 
Studies  are  needed  that  track  and  document  revenue  and  costs 
within  existing  programs.  A.  comprehensive  look  at  present  and 
future  trends  within  the  insurance  industry  should  be  made. 
Allliough  the  majority  of  respondents  in  the  survey  felt  that 
offering  rehabilitation  engineering  services  would  not  increase 
per  diems,  there  is  no  documentation  available  to  back  up  this 
claim.  Therefore  assistive  technology  professionals  should 
utilize  thisstrategy  where  appropriate  and  document  the  results. 


One  important  point  should  be  stressed.  Assistive  technology 
professionals  have  the  opportunity  to  take  advantage  of  the 
competitive  nature  of  the  healthcare  industry.This  may  provide 
the  only  door  in  which  to  enter  and  establish  a  much  needed 
service.  However,  tlie  survival  and  future  of  that  service  will 
depend  onthe  ability  of  the  profession  to  creatively  demonstrate 
how  assistive  technology  can  be  integrated  into  health  care. 
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ABSTRACT 

The  Applied  Study  Project  is  devetoping  and 
implementing  a  model  that: 

1.  Supports  graduate  and  professional  education  in 
assistive  technology; 

2.  Augments  assistive  technology  service  delivery-  by 
increasing  the  production  of  assistive  devices  for  specific 
individual  needs. 

Applied  Study  is  an  interdisciplinary  project  that 
involves  graduate  students  and  faculty  representing  the 
Departments  of  Occupational  Therapy,  Physical 
Therapy,  Rehabilitation  Nursing,  Architecture  and 
Design,  Rehabilitation  Counseling,  Communicative 
Disorders  and  Sciences,  and  Engineering. 

BACKGROUND 

Growth  and  development  of  the  rehabilitation 
technology  field  relies  on  the  expertise  of  a  number  of 
disciplines,  including  occupational  and  physical 
therapy,  engineering,  medicine,  rehabilitation 
counseling,  speech-language  pathology,  special 
education,  and  architecture.  To  quote  Vroman,  Croce  et 
al.  [8],  "If  the  consumer  is  to  receive  maximal  benefit 
from  the  various  aspects  of  rehabilitation  technology, 
those  aspects  must  bo  effective  and,  more  importantly, 
coordinated." 

There  have  been  a  number  of  transdisciplinary  models  of 
coordinated  rehabilitation  technology  service  delivery 
that  have  been  reported  in  recent  literature  [1, 3-81.  The 
individual  models  have  included  various  combinations 
of  the  following  general  objectives- 

1.  Graduate  education  and/or  professional  training  in 
rehabilitation  technology  service  delivery. 

2.  Production  of  custom  assistive  devices  for  individuals 
whose  needs  are  not  met  by  available  products  or  funding 
sources. 

3.  Research  and  developmi  nt  of  new  devices  that  have 
marketable  potential. 

4.  Information  dissemination  for  the  purpose  of  model 
replication. 

The  settings  and  disciplines  involved  in  each  project 
have  been  varied  and  include: 


-  hospital-based  training  and  service  delivery: 
biomedical  engineer,  speech  pathologist,  occupational 
therapist,  occupational  therapy  assistant  [3]; 

-  university-based  training:  graduate  and  professional 
traming  for  engineers,  rehabilitation  counselors, 
therapists  and  educators  [4]; 

-  university-based  training  and  service  delivery: 
graduate  training  for  engineers  and  reliabilitation 
counselors  [5]; 

-  university-based  training  and  service  delivery: 
undergraduate  bioengineering  and  special  education  [6]; 

-  university-based  training  and  service  delivery: 
engineers  and  special  educators  [7]; 

-  university-based  training  and  service  delivery: 
electrical  engineer,  occupational  therapist, 
physiologist,  and  biomechanist  [81. 

The  Applied  Study  Project,  which  began  in  September 
1990,  IS  developing  and  implementing  a  model  that 
supports  graduate  and  professional  education  in 
assistive  technology,  and  augments  assistive  technology 
service  delivery  by  increasing  the  production  of 
assistive  devices  for  specific  individual  needs.  It  is  an 
mterdisciplinary  project  involving  graduate  students 
and  faculty  representing  the  Departments  of 
Occupational  Therapy,  Physical  Therapy, 
Rehabilitation  Nursing,  Architecture  and  Design, 
Rehabilitation  Counseling,  Communicative  Disorders 
and  Selena's,  and  Engineering. 

OBJECTIVES 

The  goal  of  the  Applied  Study  project  is  to  develop  and 
implement  a  model  to  increase  the  availability  of 
assistive  devices  through  a  process  that  includes 
graduate  and  professional  education.  These  broad  goals 
are  being  attained  by  addressing  five-  specific  objectives: 

1.  Identification  of  persons  in  need  of  assistive  devices. 

2.  Development  of  a  system  for  producing  assistive 
devices  through  the  project  seminar. 

3.  Organization  of  resources  to  produce  assistive  devices. 

4.  Transdisciplinary  graduate  education  in  assistive 
device  design  and  service  delivery. 

5.  Model  dissemination. 
METHODS 


Similar  to  |3I,  [5],  and  |6I,  the  Applied  Study  model 
-  university-bas<Kl  service  delivery:  undergraduate  utilizes  four  educational  modalities: 

industrial  and  biomedical  engineering  students  with 

clinical  supervision  from  occupational  therapists,  Traditional  classroom 

physicians,  psychologists,  and  technicians  supervising         2.  Faculty  montorship 

lU;  3-  Collaboration  between  graduate  students 
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4.  Independent  invesligalion  and  development 

Student  involvement  in  Applied  Study  includes  a  three 
credit-hour  assistive  technology  course,  a  one  credit- 
hour  seminar  that  meets  bi-weekly,  and  a  20  hour  per 
week  research  assistantship.  Several  of  the  faculty 
collaborate  to  teach  the  assistive  technology  course,  and 
all  participate  in  the  bi-weekly  seminars  and 
individual  student  advisement. 

The  assistive  device  development  component  of  Applied 
Study  is  accomplished  through  the  bi-wcekly  seminar 
and  the  students'  20  hour  per  week  research 
assistantship.  Initial  referrals  documenting  individual 
need  are  submitted  to  the  project  faculty,  who  meet  and 
prioritize  the  referrals.  Faculty  present  selected 
projects  to  the  graduate  students  during  the  bi-weekly 
seminar  and  make  project  assignments  based  on  student 
expertise  and  interest. 

Teams  of  2-3  faculty  function  as  project  mentors,  and  all 
faculty  and  students  share  suggestions  and  problems 
encountered  during  the  bi-weekly  seminars.  The  projects 
have  five  reporting  milestones,  including  initial  oral, 
initial  written,  intermediate  oral,  intermediate 
written,  and  final  oral.  These  steps  help  project  leaders 
establish  a  systematic  approach  to  assessment,  problem 
definition,  solution  formulation,  fabrication  and  follow- 
up.  Technical  fabricaiion  expertise  is  available  from 
three  mechanical  shop  technicians,  two  electronics 
technicians,  and  one  electronics  engineer. 

RESULTS 

After  fifteen  months  there  have  beep  S  devices  designed 
and  fabricated  for  use  by  individuals  with  disabilities, 
5  off-the-shelf  devices  have  been  recommended  and 
purchased  for  clients,  and  4  devices  have  been  made  for 
general  clinical  application.  Throe  of  the  devices  have 
potential  for  commercial  development  or  widespread 
clinical  application:  a  portable  vacuum  pump  for 
extended  trial  assessment  of  "bead"  seating  systems,  a 
power  wheelchair  simulator,  and  a  bar  code- 
programmable  microwave  oven. 

Students  have  been  encouraged  to  use  their  projects  as  a 
basis  for  their  graduate  theses;  so  far  four  have  done  or 
will  be  doing  their  thesis  on  their  Applied  Study 
project. 

As  one  would  expect,  though,  there  have  been  sever;"! 
kinks  in  the  model. 

1.  Initially,  students  had  limited  knowledge  of  the 
expertise  that  could  be  contributed  by  students  and 
faculty  from  other  disciplines.  This  is  similar  tci  the 
findings  of  Clipson  I2|,  who  was  directing  an 
interdisciplinary  group  of  faeulty  and  graduate  students 
from  business,  product  design,  graphic  design, 
architecture  and  engineering.  A  multi-day  student 
orientation  was  given  at  the  beginning  of  Year  2  to 
alleviate  this  problem. 

.  2.  Some  students  had  difficulty  getting  started  on  their 
projects  and  seenii-d  to  flcMinder  becaust-  of  the  opi-n- 


ended  nature  of  their  assignments.  This  seems  to  reflect 
the  lack  of  experience  that  the  students  have  in 
independent  project  management.  As  phrased  by  Clipson 
12i,  "Much  of  educational  experience  is  not  experimental, 
but  involves  being  told  v/hat  to  do  and  when  to  do  it."  It 
makes  sense  that  students,  even  at  the  graduate  level, 
would  have  difficulty  making  the  transition  to  a  project 
whose  expected  outcome  is  a  tangible,  functional,  user- 
appropriate  device.  To  address  this  issue,  2-3  faculty 
mentors  were  assigned  to  each  student  project.  It  is 
anticipated  that  the  students  will  feel  more  "directed" 
because  of  the  individualized  faculty  attention  outside 
of  the  bi-weekly  seminar.  It  should  also  help  increase 
faculty  awareness  of  the  subtler  issues  in  each  project. 

3.  Some  students  experienced  "down  time"  on  their 
projects  and  were  idle  while  waiting  for  product 
literature,  parts,  or  other  essential  information. 
Initially  there  was  no  mechanism  for  keeping  them  busy 
during  idle  periods.  After  faculty  discussion  it  was 
decided  that  students  who  were  "on  hold"  would  be 

-imporarily  directed  to  assist  with  another  project. 
This  solution  also  provided  greater  opportunity  for 
student  collaboration. 

4.  The  most  critical  phase  of  any  rehabilitation 
technology  project  is  during  initial  assessment  and 
problem  definition.  Given  the  number  of  project 
participants  and  the  diversity  of  their  schedules,  it  was 
extremely  difficult  for  more  than  two  persons  to 
participate  in  any  given  initial  on-site  assessment. 
Without  having  seen  the  client  and  his  or  her 
environment  firsthand,  it  was  harder  for  faculty  and 
students  to  contribute  meaningful  suggestions  to  the 
project  leaders  during  the  bi-wcckly  seminars.  Several 
students  secured  proper  client  consent  and  videotaped 
their  assessments.  The  visual  information  provided  by 
the  tapes  v/as  extremely  valuable.  It  enabled  all 
participants  tn  feel  as  if  they  were  a  part  of  the 
assessment  process,  and  it  improved  the  quality  of 
suggestions  that  the  participants  were  able  to  provide. 

5.  Group  problem-solving  and  brainstorming  occurs 
during  the  bi-weekly  seminar  sessions.  These  were 
initially  scheduled  to  occur  for  one  hour  every  week,  but 
It  was  soon  apparent  that  there  wasn't  enough  time  to 
discuss  all  projects  thoroughly.  Beginning  in  the  second 
semester  of  Year  1,  the  seminar  began  meeting  for  two 
hours  every  other  week.  This  was  a  much  more  relaxed 
and  effective  format  because  it  allowed  ample  time  for 
project  discussion. 

6.  The  process  of  sharing  their  expertise  with  one 
another  has  not  come  easily  for  the  graduate  students 
(Predictably,  this  hasn't  been  a  problem  for 
participating  faculty!).  During  the  bi-weekly  seminars, 
some  students  were  understandably  hesitant  to  express 
their  ideas  in  front  of  all  eight  project  faculty  members. 
An  inherent  mechanism  is  needed  to  encourage  greater 
student  collaboration  on  assigned  projects,  but  this  is  a 
difficult  personnel  management  task  for  two  reasons; 

i.  All  students  need  a  primary  project  for  which  they 
<ire  the  project  leader. 
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ii.  Project  leaders  require  collaboration  with  others  for 
only  limited  periods  of  time  during  their  projects.  For 
example,  an  engineer  might  need  the  consult  of  a 
rehabilitation  counselor  and  a  therapist  for  the 
assessment  and  problem  definition  phase  of  the  project, 
require  an  architect's  assistance  during  the  design  and 
fabrication  phase,  and  then  require  a  therapist's 
assistance  for  fitting  and  follow-up.  Tliesc  time-limited 
windows  of  need  are  very  difficult  to  coordinate  if  the 
required  "expert"  is  buried  in  the  responsibilities  of  his 
or  her  own  project. 

DISCUSSION 

The  Applied  Study  project  touches  on  a  number  of  facets 
of  rehabilitation  technology:  service  delivery,  basic 
research,  product  development,  and  professional 
training. 

Pertaining  to  device  research  and  development,  the 
transdisciplinary  team  model  implies  that  service 
delivery  is  improved  through  better  communication  and 
coordination  between  contributing  disciplines.  The  team 
approach  is  essential  for  addressing  the  complexity  of 
needs  presented  by  most  of  the  projects.  The  Applied 
Study  group  is  producing  excellent  product  results,  and 
this  is  due  to  tl.o  quality  of  the  porsnnnel  and  the 
diversity  of  their  collective  experiences. 
The  contributions  of  the  rehabilitation  counseling 
student  and  faculty  member  have  been  invaluable  for 
proper  consideration  of  user-acceptance  issues 

In  terms  of  education  and  training,  the  key  to  students 
learning  more  about  fields  outside  their  own  lies  in 
working  on  real  problems  with  experts  from  other  fields 
One  of  the  strengths  of  the  Applied  Study  model  is  the 
ability  of  the  participating  faculty  to  demonstrate  that 
the  experiences  of  a  specific  project  are  general izable  to 
situations  that  might  be  encountered  in  future  practice. 

REFERENCES 

11]  Chappell,  DD,  Stale  Supported  Student  Program, 
RESNA  News,  November-December,  1991. 

[2]  Qipson,  C,  A  Business  and  Design  Educational 
Experiment  at  the  University  of  Michigan,  Journal  of 
Production  and  Innovation  Management,  7:135-41, 1990. 

[31  Fridie,  SE,  An  Internship  Program  for  the  Training  of 
Rehabilitation  Technologists,  Proceedings  from  the 
Fourteenth  Annual  RESNA  Conference,  Kansas  City: 
1991. 

[4]  Hale,  PN,  Schweitzer,  JR,  and  Puckett,  FD,  Training 
in  Rehabilitation  EngineeringfTechnology,  Proceedings 
from  the  Fourteenth  Annual  RESNA  Conference,  Kansas 
City:  1991. 

15)  Hotchkiss,  R.,  Pfaelzer,  P,  and  Nemon,  A., 
Rehabilitation  Engineering  Technology  Training.  A 
Consumer  Driven,  Interdisciplinary  Approach, 
Proceedings  from  the  Twelfth  Annual  RESNA 
Conference,  New  Orleans:  1989. 


[61  Hyman,  WA,  Dominguez,  L,  Bass,  CL,  and  Miller, 
GE,  Adaptive  Equipment  Design  for  Special  Education 
by  Interdisciplinary  Undergraduate  Students, 
Proceedings  from  the  Fourteenth  Annual  RESNA 
Conference,  Kansas  City:  1991. 

[71  Reavis,  D.,  Hensley,  O.,  Dudek,  R.,  Jones,  J., 
Sparling,  C,  Individualized  Technology,  Proceedings 
from  the  Twelfth  Annual  RESNA  Conference,  New 
Orleans:  1989. 

18]  Vroman,  NB,  Croce,  RV,  HinWe,  RT,  Koenig,  SC, 
LaCourse,  JR,  Scidel,  AC,  A  University-Based 
Rehabilitation  Technology  Project,  Proceedings  from  the 
Thirteenth  Annual  RESNA  Conference,  Washington: 
1990. 

ACKNOWLEDGEMENTS 

Funding  for  this  project  was  provided  by  the  New  York 
State  Office  of  Mental  Retardation  and  Developmental 
Disabilities,  and  the  Rehabilitation  Services 
Administration  of  the  United  States  Department  of 
Education. 


Jamei  A.  Lenker 

Center  for  Therapeutic  Applications  of  Technology 
University  at  Buffalo 
515  Kimball  Tower 
Buffalo,  NY  14214 


RESNA  International  '92  •  June  6>I  1,  1992 

2x6 


201 


12.1 

KINEMATIC  AND  KINETIC  RESPONSES  TO  WHEELCHAIR  PROPULSION  DURING  FATIGUE  IN  SCI  INDIVIDUALS 
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ABSTRACT 

The  purpose  of  this  pilot  study  was  to  determine 
how  wheelchair  biomechanics  change  with  fatigue 
to  identity  potential  injury-causing  characteristics. 
Eleven  non-athletic  spinal  cord  injured  (SCI)  male 
subjects  were  videotaped  during  propulsion  to 
fatigue  on  a  stationary,  instrumented  wheelchair 
positioned  on  a  roller.  Handrim  force  and  cycle 
times  (contact  and  recovery)  were  also  recordec* 
Videotaped  movements  were  analyzed  using  a 
computerized  three-dimensional  motion  analysis 
system.  With  fatigue,  shoulder  flexion  decreased 
and  trunk  inclination  range  increased  significantly. 
Minimal  changes  were  seen  in  mean  shoulder 
abduction,  elbow  and  wrist  ranges.  Handrim  force 
increased  by  3%  and  contact  time  decreased 
slightly  with  fatigue.  The  kinematic  and  kinetic 
changes  with  fatigue  were  variable  among 
subjects  indicating  that  some  individuals  may  be 
more  prone  to  musculoskeletal  injury.  Therefore, 
these  biomechanical  techniques  may  be  applied 
clinically  to  improving  propulsion  techniques, 
wheelchair  design/prescription,  and  therapeutic 
intervention  to  decrease  orthopedic  risks. 


INTRODUCTION 

Chronic  health  problems  due  to  long-term  use  of 
manual  wheelchairs  significantly  impair  the 
independence  of  wheelchair-dependent  spinal  cord 
injured  (SCI)  individuals.  Although  many  of  these 
health  problems  are  musculoskeletal  injuries  (i.e., 
carpal  tunnel  syndrome,  elbow/shoulder  tendonliis) 
which  have  been  documented  in  wheelchair 
athletes  (1),  they  are  probably  related  to  the 
constant  repetitive  movements  which  occur  with 
everyday  wheelchair  propulsion  (e.g.,  overuse 
injuries).  It  if  also  feasible  that  orthopedic 
problems  can  arise  from  malalignment  of  the  limbs 
which  may  occur  with  fatigue  or  inappropriate 
wheelchair  design/prescription.  The  use  of 
biomechanical  techniques  may  provide  better 
understanding  of  those  factors  which  relate  to 
wheelchair  user  injuries. 

The  few  studies  which  have  included  descriptions 
of  wheelchair  propulsion  biomechanics  have 
included  only  those  movements  occurring  in  one 
plane,  neglecting  the  three-dimensional  aspects  of 
the  arm  movements  such  as  shoulder  abduction 
(2,3).  In  addition,  most  investigators  have  utilized 
wheelchair  athletes  as  subjects,  and  excluded 
individuals  from  the  general  wheelchair  user 
population  .  Although  these  studies  have  provided 
important  information,  there  is  a  need  to  study  the 
three-dimensional  aspects  of  wheelchair  propulsion 
in  the  general  SCI  population. 


Tha  purpose  of  this  pilot  study  was  to  apply  three- 
dimensional  kinematic  analysis,  as  well  as  kinetic 
measurements  to  the  investigation  of  wheelchair 
propulsion  biomechanics  of  non-athletic  SCI 
wheelchair  users.  In  addition,  we  studied  changes 
in  these  variables  that  occur  with  fatiguing 
wheelchair  propulsion. 


METHODS 

Eleven  male  paraplegics  with  spinal  cord  lesions 
between  Tg  and  T^  ^  participated  in  this  pilot 
investigation.  Following  informed  consent 
procedures,  medical  screening  was  performed  to 
eliminate  those  individuals  with  contraindications 
to  exercise.  Physical  characteristics  were  obtained 
from  each  individual  which  included 
anthropometric  measurements,  upper-body 
isokinetic  muscle  strength  evaluation  (KinCom, 
Chattecx  Corp.,  Chattanooga,  TN),  and 
neuromuscular  assessments. 

A  wheelchair  instrumented  with  strain  gauges  for 
measuring  handrim  force  and  duration  of  hand 
ccr.tsct  (2)  was  positioned  on  rollers  to  enable 
stationary  propulsion.  Figure  1  diagrammatically 
illustrates  the  stationary  wheelchair  exercise 
device.  Exercise  intensity  was  varied  by  changing 
the  resistance  weight  which  applied  frictional  force 


Figure  1.  Diagrammatic  illustration  of  the  specially 
instrumented  wheelchair  mounted  upon  a  roller  for 
stationary  operation.  The  intensity  of  exercise  can 
be  set  by  varying  the  resistance  weight  to  alter  the 
braking  friction  applied  to  the  flywheel  via  the 
nylon  belt. 
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to  the  roller  via  a  nylon  belt.  Each  subject 
performed  two  wheelchair  roller  exercise  tests  on 
separate  days.  The  first  was  a  continuous, 
progressive  intensity  exercise  test  for 
determination  of  peak  physiologic  (i.e.,  metabolic 
and  cardiopulmonary)  responses.  The  second  was 
a  fatigue  test  consisting  of  propulsion  for  6 
minutes  at  a  load  corresponding  to  the  50%  peak 
oxygen  uptake  (>C'02)  level  for  warm-up,  followed 
by  a  step  increase  in  power  output  to  elicit  75% 
peak  ^02  level  until  volitional  fatigue  was 
achieved.  Heart  rate  and  \I'02  were  monitoted 
continuously  during  each  test  using  a  metabolic 
cart  and  radiotelemetry  ECG. 

Movement  was  videotaped  using  a  three- 
dimensional  motion  analysis  system  (Peak 
Performance  Technologies,  Inc.,  Englewood,  CO). 
Reflective  markers  placed  on  joint  centers  of  the 
subjects'  wrist,  elbow,  shoulder  and  hip.  In 
addition,  a  marker  was  placed  upon  the  wheelchair 
wheel  to  monitor  rotation  angle.  These  marker 
locations  were  computer  digitized  from  the 
videotape  to  produce  kinematic  data  (Figure  2). 


0  000  4.575  9.150 

Seconds 


Figure  2.  The  stick  figure  is  reconstructed  from 
reflective  marker  locations  on  a  subject  and  shows 
the  movement  of  the  upper  extremity  during 
wheelchair  propulsion.  The  abduction  of  the 
shoulder,  a  movement  which  requires  throe- 
dimensional  motion  analy  is,  is  shown  in  the  lowpr 
graph. 


Five  handrim  strokes  for  the  right  hand  of  each 
subject  were  averaged  for  the  first  ("non- 
fatigued")  and  final  ("fatigued")  conditions  during 
the  fatigue  exercise  test.  Handrim  force  was 
monitored  via  computer  at  2-minute  intervals 
during  each  test  to  provide  kinetic  and  temporal 
information. 

Statistical  analysis  was  performed  using  analysis 
of  variance  with  repeated  measures  (time  factor). 
A  significance  level  of  .05  was  used  for  all 
comparisons. 


RESULTS  AND  DISCUSSION 

Subjects  were  (xjtSD)  35.6j:.10.9  years  of  age, 
177-4j:.9.1  cm  in  height,  77.5jl13.1  kg  weight, 
and  1 1  .2jl7.0  years  post  SCI.  All  eleven  subjects 
completed  both  exercise  tests  demonstrating  that 
protocols  were  appropriate  for  evaluating 
physiologic  responses  and  fatigue  characteristics 
for  wheelchair  propulsion.  Mean  peak  VO2  was 
found  to  be  1.45^.0.42  L/min  during  the  first 
exercise  test.  Thus,  the  resistance  weight  was 
adjustea  to  provide  wheelcnair  loading  that  elicited 
</02  levels  of  0.72jl0.25  L/min  and  1.10jl0.33 
L/min  for  50%  peak  and  75%  peak,  respectively. 

For  the  second  exercise  test,  mean  joint  ranges  of 
motion  for  the  non-fatigued  and  fatigued 
conditions  are  shown  in  Table  1 .  With  fatigue, 
maximum  shoulder  flexion  decreased  significantly 
(by  25%)  and  trunk  inclination  (as  measured  from 
trunk  extension)  increased  significantly  (by  30%). 
Minor  fatigue  changes  were  seen  in  shoulder 
abduction  (3%  increase),  elbow  flexion/extension 
(2%  increase),  wrist  flexion/  extension  (5% 
decrease)  and  radial/ulnar  deviation  (5%  decrease). 


TABLE  1  -  Mean  ±  SD  joint  angle  ranges  (in 
degrees)  in  the  non-fatigued  and  fatigued 
conditions  (N  =  11) 


JOINT  ANGLE  RANGES 
(degrees) 


JOINT  MOVEMENT 

Non-Fatioued 

Fatiaued 

Shoulder 

flexion/extension 

66.0j:.5.5 

67.7j:.6.3 

Shoulder 

abduction 

20.0jt5.2 

20.8J:.4.9 

Elbow 

flexion/extension 

58.2^9.9 

59.4jL10.2 

Wrist 

flexion/extension 

41.0j_9.0 

38.7j:.8.0 

Ulnar/radial 

deviation 

72.4_t13.1 

68.4jL10.1 

Trunk 

inclination* 

7.8j_3.6 

I2.4j:,6.8 

•p<.05 
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WHEELCHAIR  PROPULSION  DURING  FATIGUE 


Maximum  Shoulder  Abduction 
(Degrees) 


70  T 
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■  Non  Fatigue 
Fatigue 


II-  II  II  II  II  II  II  :  II  H  li  ^ 


1 


9         10  11 


2  3         4  5         6         7  8 

Individual  Subjects 

Figure  3.  Maximum  shoulder  abduction  measurements  (in  degrees)  for  1 1  SCI  males  in  the  non-fatigued 
and  fatigued  conditions. 


Marked  variability  in  kinematic  data  was  evident  in 
individual  fatigue  patterns.  As  an  example  of  this 
variability,  Figure  3  shows  the  shoulder  abduction 
measurements  for  each  subject  during  the  non- 
fatigued  and  fatigued  conditions.  Maximum 
shoulder  abduction  increased  with  fatigue  for  five 
subjects,  and  decreased  for  six  subjects.  The 
reason(s)  for  this  variability  seen  with  fatigue  is 
currently  uncleir.  It  is  conceivable  that  this  may 
be  due  in  part  to  differences  in  physical 
characteristics  since  they  all  propelled  the  same 
wheelcl  air  for  testing.  This  variability  may  also  be 
related  to  individual  differences  in  propulsion  style, 
as  well  as  any  imbalances  in  muscle  strength.  The 
magnitude  of  shoulder  abduction  evident  in  the 
analysis  highlights  the  importance  of  utilizing 
three-dimensional  analysis. 

Fatigue  also  resulted  in  slight  kinetic  changes  as 
evidenced  by  the  3%  increase  in  mean  handrim 
force  from  107.7+.6.4  to  110.5+.8.3  N. 
Temporal  changes  were  also  minimal  as  shown  by 
the  similar  non-fatigued  and  fatigued  mean 
handrim  stroke  cycle  times  (129.3+.8.3  vs 
124.9_t.5.7  msec),  duration  of  contact  times 
(91. 2 +.7. 4  vs  87.8 +.4.0  msec)  and  recovery 
time.s  (38.1 +.7.4  vs  37.1 +.5.2  msec). 

None  of  the  non-fatigued/fatigued  comparisons 
were  statistically  significant.  This  lack  of 
statistical  significance  is  probably  caused  by  the 
small  sample  size  used  for  this  pilot  study  and 
marked  variability  among  subjects.  The  variety  of 
angular  and  force  changes  seen  may  indicate 
individualized  patterns  of  fatigue  during  wheelchair 
propulsion. 


Identification  of  kinematic  and  kinetic  factors 
during  wheelchair  propulsion  which  change  with 
fatigue  provides  the  necessary  foundation  for 
optimizing  wheelchair  function  and  safety.  These 
techniques  may  be  clinically  applied  to  improve 
propulsion  techniques,  wheelchair 

design/prescription,  and  therapeutic  intervention. 
This  may  decrease  the  risk  of  orthopedic  injuries  in 
SCI  wheelchair  users  and  increase  their 
rehabilitation  potential. 
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The  Physiological  Response  to  Repeated  Surface  Pressure  Loads 
in  tlie  Able  Bodied  and  Spinal  Cord  Injured 

R.  Patterson.  H.  Cranmer,  S.  Fisher*  and  R.  Engel* 
University  of  Minnesota  and  Hennipen  County  Medical  Center 
Minneapolis,  MN 


Abstract 

three  cyctic  pressure  loads  ( 10  niin.  "on  and  5  mui  "ott"'>  ot 
M)  mniHg  or  75  mniHg  were  applied  lo  the  anterior  surtace 
of  the  libia  on  1 1  able  bodied  ( AB)  and  9  spinal  cord  injured 
(SCli  subjects.    Iransculaneous  POt  and  WOi  and  Ixscr 
doppifr  skin  blood  How,  velocity  and  volume  were  recorded. 
At  liie  31)  nimllg  load,  Uie  mean  POt  values  in  the  AB 
subjects  was  2X.4  and  32.2  mmllg  lor  the  on  and  off  periods 
respectively,  whereas  for  the  SCI  subjects  the  values  were  X.l 
(significantly  different  from  AB  group  at  H<.(>.'i)  and  29.1 
mmllg  for  the  on  and  off  periods  respectively.  At  the  3(1 
mmUg  load  the  laser  doppler  relative  volume  values  in  the 
AB  subjects  were  31.2  and  49.2  for  the  on  and  c.'f  periods 
respectively  whereas  for  the  SCI  subjects  the  values  were 
10.9  and  29.1  lor  the  on  and  off  periods  respectively.  The 
results  at  the  of  If^  mmllg  load  showed  no  significant 
difference  between  the  two  groups  but  the  means  did  rellecl 
less  perfusion  in  the  SCI  group.  In  the  30  nmillg  pressure 
load  range  where  autoregulation  may  (xcur.  the  SCI  had 
significantly  less  perfusion  on  the  average  compared  lo  the 
AB. 


Introduvtlon 

I'he  purpose  ol  this  study  was  address  two  questions.  IXies 
(he  spinal  cord  injured  (SCI)  individual  respond  differently  to 
a  pressure  load  on  the  skin  compared  to  tlie  able  bodied  (AB) 
and  is  the  response  to  repeated  skin  pressure  loadings 
different  than  a  single  continuous  load  ' 

Bader(l)  measured  transcutaneous  oxygen  pressure  (11.1^)2) 
and  cartxin  dioxide  (■|(.HC()2)in  a  group  of  "  debilitated" 
subjcct.s,  which  included  SCI,  multiple  sclerosis,  and  AB 
subjects  dunng  repeated  pressure  loads  on  tJie  sacrxini  and 
ischial  tuberosities.  His  results  indicated  the  Ic^ih  levels 
during  tJie  loading  period  increased  in  the  AB  subjects  with 
repeated  loads  whereas  with  some  of  the  debilitated  subjects 
the  'l\:i'i)2  dccrexsed.  His  study  was  performed  on  a  smaP 
group  of  bubiects  with  a  mixture  of  medical  conditions 

Ihe  purpose  of  this  study  is  to  compare  the  changes  in 
1  .Wh  ,  l  ,.K"(h  and  laser  doppler  skin  bkxxl  flow  in  a 
group" of  AB  and  SCI  individuals  undergoing  repeated 
surface  pre  .sure  loadings  of  30  iuid  1f<  mmllg  on  the  anterior 
tibial  surface  of  each  log. 

Methods  and  Materiitis 

Ihe  rcH)2.  ■lc''^"''2-  P^™"  measured  using 
Sensor  Medics  Iriuiscutaneous  (ias  System.  I'-c  skin  bl"XK) 
flow,  volume  and  velixrity  were  recorded  with  a  I  SI 
la.sertlo,  model  Bl'M-403,  m  conjunction  with  a  I  Sl  Pencil 
Probe,  model  P-43.'i.  I'he  temperature  of  each  probe  was 
mamtiiincd  at  40  "C.  ITiis  temperature  is  lower  th;ui  the 
normal  clinical  43  to  44  "C  riini'e  used  to  record  arterial 


\H)i.  the  higher  temperature  is  used  to  maximally  dilate  the 
arterial  system  in  order  to  obtain  values  as  near  as  possible  to 
arterial.  In  this  study,  we  wish  to  measure  tissue  PO2  and  to 
ob.sorve  the  effects  of  arterial  dilation  that  may  be  caused  by 
ihe  ischemia  therefore  a  lower  temperature  was  used.  All 
daui  were  monitored  and  recorded  using  CODAS  A/L) 
software  and  hardware  on  an  IBM  compatible  computer. 

A  vertical  load  wxs  applied  to  the  flat  ventral  tibial  surface  of 
each  leg  using  a  balanced  beam  with  a  moveable  weight  on 
one  end  to  counterbalance  the  indentor.  Weights  were  added 
to  the  top  ol  the  indentor  to  produce  a  pressure  of  either  30 
mmllg  or  1^  mmHg  al  the  surface  of  the  skin.  The  tibial 
surface  was.  used  because  it  simulated  an'  area  that  could 
develop  pressure  sores,  i.e.,  bony  with  little  soft  tissue  mass. 
Ihe  leg  site  was  much  more  agreeable  to  the  subjects  as 
coiiip;ired  to  the  less  acce.ssible  ischial  tuberosity  area,  and  it 
would  not  irritate  an  otherwise  vulnerable  region  with  any 
excess  stresses. 

1  wo  nun.  trials  were  conducted.  For  the  tirst  trial  a 
pressure  load  ol  30  mmllg  was  used  and  for  the  second  'jiai 
1^  mniHg.  l  or  each  trial,  there  was  an  initial  warm-up 
period  of  10  minutes  which  adapted  the  skin  to  the 
temperature  ol  tlie  sensor,  then  three  cycles  of  sequential 
loading  "on"  lor  10  min.  and  unloading  "oft"  for  5  min. 

Continuous  recording  took  v'ace  for  the  15  seconds 
preceding  and  the  4.5  seconds  following  the  load  transition. 
Hie  pre-load  values  were  measured  ten  minutes  alter  the 
senM>rs  were  positioned.  I'he  reported  means  were  calculated 
from  the  last  10  seconds  of  each  experimental  condition  and 
represent  'steady-state '  measurements. 

Measurements  were  made  with  the  subjects  supine.  The  skin 
was  prepared  by  shaving  an  area  of  approximately  2.5  cm  by 

2  5  cm,  Ux:ated  about  12  cm  distal  to  the  patella.  I'o  position 
the  leg  with  tlie  flat  tibial  surface  in  the  horizontal  plane,  the 
legs  were  supported  at  the  knee  and  ankle  using  rolled-up 
towels.  I'he  sensors  were  attached  to  the  skin  using  double- 
sided  adhesive  rings. 

Measurements  were  made  on  1 1  AB  healthy  subjects,  five  of 
whom  were  women,  and  9  SCI  subjects,  all  men.  ITie  SCI 
subjects  were  paraly£ed  at  '16  or  above  for  at  least  one  year 
prior  to  the  test,  and  all  but  two  had  no  recent  pressure  sores, 
riiose  with  sores  reported  minor  wounds,  on  the  verge  of 
healing.  I'he  average  ages  of  the  SCI  persons  and  AB 
subjects  were  27  and  34.  respectively. 
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K«iults 

I  wii  sets  i)t  slalislical  analysts  were  perlbmied  lo  deteniiine 
signiticani  differences.  The  first  cimiparison  was  between 
S(  'I  subjects  and  AH  subjects  at  each  of  the  pressure  settings. 
The  second  comparison  was  between  the  two  loads  for  AH 
subjects  and  for  SCI  subjects.  An  ANOVA  compared  overall 
means  tor  each  set  at  each  interval  tor  each  parameter. 

The  means  of  rcW)2  at  30  mniHg  load  showed  a  statistically 
significant  difference  (p  <  O.OS)  during  the  "on"  period 
between  AH  (H()2=2«.42  mmlig)  and  SCI  subjects 
(P()2=8.I{)  mniHg)  but  no  significant  different  during  the 
"off  times  (  AH  W)2=  32.8  mmHg  and  SCI  P()2=  29.1 
mmllg)  which  is  shown  in  lig.  1.  During  and  after  the  75 
mmHg  load  shown  in  fiR.  2,  the  AB  gn)up  has  an  "on"  value 
of  7.6  mmHg  and  an  "off  value  of  31.3  inmHg  whereas 
under  the  same  conditions  for  the  SCI  the  values  were  4.4 
mmHg  and  23.0  respectively.  These  values  were  not 
statistically  significantly  different.  Comparison  of  the  means 
of  Laser  Doppler  volume  values  showed  significant 
differences  (p  <  O.O.'i)  between  the  two  subject  groups  at  each 
pressure  loading  Values  for  the  l^ser  Doppler  mea.surements 
have  no  units  and  are  reported  as  relative  numbers.  At  30 
mmHg,  the  average  "on"  volume  means  for  AB  and  SCI 
subjects  were  31.2  and  10.9,  respectively.  The  average  "off 
means  were  49.2  and  29.2.  At  75  mmHg,  the  average  "on" 
volume  means  for  AB  and  SCI  subjects  were  20.5  and  1.3, 
respectively.  The  average  "off  volume  means  were  45.4  and 
23.9  respectively,  l  or  most  parameters,  there  was  an  upward 
trend  in  the  data  after  repeated  loading  cycles  lor  both 
subject  groups . 


P02  Values  at  75  mmHg 
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Figure  2.  TcW)?  values  during  repeated  "on"  and  "off  75 
mmllg  pressure  loads  for  AB  and  SCI  sujects. 
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l  igure  3.  1  j.scr  doppler  volume  values  during  repeated  "on" 
and  "off"  30  mmllg  pressure  loads  for  AB  and  SCI  subjects 
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l  igure  I  \c\\)2  values  during  repeated  'on"  and  "olf  30 
mmllg  pressure  loads  for  AB  and  SCI  sujects. 


The  results  of  this  study  suggest  that  in  the  30 
mmllg  load  region,  the  SCI  subjects  did  not  auto  regulate 
and  have  the  same  tissue  perfusion  compared  to  the  AB, 
tlierefore  they  had  a  significantly  reduced  tissue  W)2  At  75 
mmHg  there  was  little  difference  between  the  AB  and  SCI  in 
the  physiological  response  because  the  pressure  is  near  or  at 
the  mean  arterial  pressure  which  causes  a  physical  impedance 
to  How  that  can  not  be  overcome  with  vasodilatation.  ITiese 
results  agree  with  Baderfl)  in  that  the  SCI  group  had  a 
different  response  compared  to  the  AB  group  although  we 
did  not  see  the  decreasing  IK)2  values  with  repeated  loadings 
reported  by  Bader(I)  in  some  of  his  "debilitated"  patient 
group  subjects,  The  results  of  this  study  suggest  on  the 
average  the  SCI  population  does  not  auto'egulate  to  increase 
perfusion  compared  to  the  AB  group. 

KefcreiK'es 
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THE  EFFECT  OF  SAMPLING  FREQUENCY  ON  SEAT  CONTOUR 
REPRODUCTION  FOR  CAD/CAM  SEATING  SYSTEMS 


12.3 


David  M.  Brienza,  Ph.D. 
School  of  Health  and  Rehabilitation  Science 
University  of  Pittsburgh 
Pittsburgh,  Pennsylvania 


Abstract 

The  effect  of  sampling  frequency  on  the  reproducibility 
of  seat  contour  data  has  been  investigate.  Buttock  shape 
information  was  sampled  at  frequencies  that  are  typical 
for  CAD/CAM  seat  contour  measurement  systems.  These 
data  sets  were  used  as  control  points  for  cubic  spline 
interpolation.  The  resulting  contours  arc  compared  to  the 
original  high  resolution  data  and  evaluated.  The  factors 
considered  in  the  evaluation  are  the  interpolation  method, 
the  alignment  of  the  data  with  respect  to  the  borders,  and 
the  spatial  sampling  frequency.  Sampling  frequency  is 
determined  to  be  the  dominant  factor  effecting  the  fidelity 
of  the  reproduced  contour.  Insufficient  sampling 
frequency  results  in  the  shifting  or  attenuation  of  contour 
features. 

Introduction 

The  primary  purpose  of  this  investigation  is  to  examine 
the  relationship  between  the  spatial  sampling  frequency 
of  seat  and  back  contours  and  the  ability  to  reproduce  the 
contours  from  the  sampled  data.  Two  other  variables  in 
this  process — the  type  of  interpolating  spline  and  the 
offset  of  the  first  sample  with  respect  to  the  edge  of  the 
contour— have  been  considered.  The  sampling  frequency 
is  an  important  design  specification  for  any  seat  or  back 
contour  measurement  system.  Minimizing  the  number  of 
measurements  will  reduce  the  cost  CAD/CAM 
measurement  systems  and/or  reduce  the  time  required  for 
the  measurement  process.  The  results  shown  here  should 
assist  in  the  system  design  process  or  application 
protocols  for  CAD/CAM  seating  systems. 

Methods 

The  outline  of  an  MRI  image  showing  a  cross  section  of 
the  buttocks  of  an  able-bodied  male  was  used  as  the  ref- 
erence data  for  the  analysis.  The  portion  of  the  image 
representing  the  bottom  3  inches  of  the  buttocks  was 
sampled  with  a  resolution  of  0.1  inches  in  the  horizontal 
and  vertical  directions.  The  MRI  image  is  shown  in  Fig, 
1.  The  data  was  then  smoothed  using  a  weighted  averag- 
ing filter  with  an  extent  of  5  samples.  The  resulting  data 
set  is  plotted  in  Fig.  2.  The  curvature  of  the  particular 
contour  is  typical  of  seat  and  back  contours  of  custom 
seating  systems  used  for  positioning  and  posture  control. 
Pressure  relief  cushion  contours  would  have  less  curva- 
ture, 

The  high  resolution  data  was  sampled  along  the  hori- 
zontal direction  at  sampling  intervals  of  0.5,  1.0,  1.5,  and 
2.0  inches.  For  each  sampling  frequency  a  group  of  five 
data  subsets  were  formed.  The  first  set  in  each  group 
started  with  the  first  sample  at  the  left  edge  of  the  high 
resolution  data— i.e.,  at  the  first  sample.  Each  successive 
set  was  offset  by  one  fifth  of  the  distance  between  the 
samples.  That  is,  for  the  0.5  in.  interval  group,  each 
successive  data  set  was  offset  0.1  in.  For  the  1.0  interval 
group,  each  successive  data  set  was  offset  0.2  in.  and  so 
on.  Since  each  of  these  spacings  are  multiples  of  the 
original  data  resolution,  no  interpolation  was  necessary 
for  this  procedure. 

TTie  next  step  was  to  compute  a  cubic  spline  for  each  data 
set.  A  cubic  spline  is  a  pieccwise  polynomial  that  is  twice 
continuously  differentiable  and  in  each  interval  between 


sample  points  the  function  is  described  by  a  third  order 
polynomial  (Ortega  ,  1981],  These  properties  make  the 
cubic  spline  an  attractive  option  for  interpolation  of 
sampled  data  of  a  smooth  curve.  The  cubic  spline 
technique  can  be  extended  for  the  interpolation  of  smooth 
surfaces.  This  is  typically  accomplished  by  fitting  cubic 
splines  along  a  rectangular  grid  of  sample  points  and 
deriving  surface  patches  for  each  rectangular  section  from 
the  cubic  polynomial  boundary  functions.  The  patches  are 
often  bilinearly  or  bicubically  blended  Coon's  patches 
(Coon's,  1964,  or  Farin,  1988].  For  this  investigation, 
regularly  spaced  sample  points  along  a  planer  curve  arc 
considered.  However,  the  results  should  be  applicable  to 
any  interpolation  technique,  two  or  three  dimensional, 
with  properties  similar  to  those  of  the  cubic  spline. 


Fig  1  -  MRI  image  of  the  buttocks 
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Fig  2  -  Smootfied  original  data 


Figure  3  is  an  illustration  of  the  difference  between  cubic, 
quadratic  and  linear  spline  interpolation.  In  the  figure, 
small  segments  of  the  interpolation  curves  derived  from 
the  first  data  set  in  the  1.5  inch  sample  frequency  group 
arc  shown.  The  original  data  is  shown  in  the  lower  por- 
tion the  figure  with  the  spline  functions  stacked  above — 
offset  from  one  another  so  that  their  shapes  can  be  more 
easily  viewed.  The  samples  of  the  original  data  are  taken 
at  9.0  and  10.5  inches  from  the  edge  of  the  contour.  The 
value  of  each  spline  is  exact  at  these  points.  Comparing 
the  2"<1  and  3''<'  order  splines  illustrates  the  benefit  of 
having  an  interpolating  spline  function  with  continuous 
2"<1  derivatives.  The  quadratic  spline  has  a  noticeable 
cusp  at  the  first  sample  point  caused  by  a  discontinuous 
2"''  derivative  at  that  point.  The  cubic  spline  has  a  smooth 
transition  through  this  point.  The  linear  spline  is  more 
easily  computed,  but  would  only  be  appropriate  if  the  data 
samples  were  already  very  closely  spaced.  The  fourth  or- 
der spline  takes  on  a  slightly  different  shape  than  Uie  cu- 
bic spline  but  docs  not  provide  better  results. 

Results 

To  examine  the  effect  of  varying  the  sampling  resolution, 
each  spline  is  compared  to  the  original  data.  The 
comparison  is  made  qualitatively  by  comparing  the 
shapes  of  the  splines  and  the  original  data  and 
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quantitatively  by  computing  the  maximum  and 
cumulative  deviations.  Table  1  shows  the  quantitative 
measurements  and  Figs.  4  through  8  show  the  qualitative 
infomiation.  In  table  1  the  maximum  error  is  the  largest 
difference  between  the  value  of  the  interpolating  spline 
and  the  original  high  resolution  data.  The  data  was 
padded  with  zeros  on  both  sides  so  that  each  set  of  data 
extended  over  the  entire  range  of  the  contour.  Also,  the 
derivatives  of  the  interpolating  splines  were  constrained 
to  zein  at  these  points  to  reduce  the  ringing  effect  near  the 
boundaries.  The  cumulative  error  is  the  sum  of  the 
difference  between  the  value  of  the  interpolating  spline 
and  the  high  resolution  data  sample  at  each  of  the  sample 
point  multiplied  by  the  distance  between  the  samples. 


Fig.  1  -  Gimparisoii  of  Interpolation  Methc^ds 

The  magnitude  of  the  maximum  and  cumulative  error 
terms  varies  substantially  for  the  groups  with  sampling 
frequencies  greater  than  0.5  in.  This  variation  is  a  result 
of  how  well  the  data  samples  are  aligned  with  the  most 
prominent  features  of  the  contour.  To  compare  the  sam- 
pling frequencies,  the  average  values  for  these  quantities 
will  be  considered.  In  most  practical  measurement  situa- 
tions, the  operators  or  systems  do  not  have  the  luxury  of 
optimally  aligning  the  data  samples  with  the  prominent 
features  of  the  shape  being  measured.  Also,  it  is  unlikely 
that  multiple  features  could  be  optimally  sampled  using  a 
regularly  spaced  sampling  pattern.  Figure  4  illustrates 
how  the  first  sample  offset  effects  the  accuracy  of  the  re- 
produced contour  for  the  2.0  in.  sampling  frequency 
group.  Each  plot  in  the  figure  represents  the  difference 
between  the  value  of  the  interpolating  spline  and  the  high 
resolution  data  sample.  This  quantity  is  shown  for  the  5 
different  offsets  ranging  from  0  in.  to  1.6  in.  For  this 
sampling  frequency,  how  closely  a  sample  point  comes  to 
the  peak  in  the  center  of  the  contour  has  the  most  impact 
on  the  accuracy  of  the  reproduced  contour.  Here,  the  zero 
offset  data  set  places  a  point  relatively  near  to  this  peak. 

The  maximum  and  cumulative  error  terms  increased  with 
the  sampling  frequency.  The  largest  increase  in  ave.  cum. 
error  occurs  between  1.0  and  1.5  samples  per  inch.  To 
make  a  qualitative  comi  arison,  the  data  set  with  tlie 
liiwest  cumulative  error  from  each  group  has  been  plotted 
along  with  the  original  data.  These  data  sets  are  shown  in 
boldface  type  in  table  1  and  plotted  in  Figs.  5  through  8. 
The  0.5  inch  data  did  not  show  any  significant  error  over 
the  entire  range  of  the  curve.  The  1.0,  1.5,  and  2.0  inch 
data  deviated  from  the  original  data  at  the  edges  and  near 


the  cusp  in  die  center.  The  overall  effect  of  this  error  is  a 
shifting  of  the  center  of  contour.  This  is  significant 
because  a  feature  similar  to  this  in  a  seat  surface  will  be 
used  as  a  reference  by  the  user.  Any  shift  of  this  reference 
could  have  significant  effects  on  other  features  of  tlie 
contour.  An  example  of  such  a  feature  is  a  depression  for 
pressure  relief  that  depends  on  a  particular  relative 
location  in  the  interface.  The  magnitude  of  the  shift  could 
be  up  to  1/2  the  sampling  frequency. 


Frequency 

Offsel 

Max.  Error 

Ave.  Max. 

Cum.  Error 

Ave.  Cum. 

Sample/in 

(in.) 

(in.) 

Error  (in.) 

(in.^) 

Error  (in.^) 

0.0 

0.11 

0.17 

O.I 

0.11 

0.15 

0.5 

0.2 

0.07 

0.09 

0.13 

0.14 

0.3 

0.07 

0.12 

0.4 

0.10 

0.15 

0.0 

0.31 

0.72 

0.2 

0.32 

0.60 

t.O 

0.4 

0.22 

0.33 

0.48 

0.61 

0.6 

0.35 

0.54 

0.8 

0.47 

0.71 

0.0 

0.47 

1.08 

0.3 

0.39 

1.02 

1.5 

0.6 

0.53 

0.45 

1.36 

1.32 

0.9 

0.49 

1.45 

1.2 

0.36 

1.05 

0.0 

0.37 

2.02 

0.4 

0.47 

1.60 

2.(1 

0.8 

0.47 

0.53 

1.42 

1.79 

1.2 

0.61 

1.75 

1.6 

0.72 

2.16 

Table  1  -  Quantitative  eomparison  of  sampling  frequencies 
Discussion 


Since  seat  contours  are  formed  in  compliant  materials, 
there  is  some  room  for  error  in  the  CAD/CAM  proce.ss. 
However,  the  significance  ot  the  error  is  dependent  on, 
among  other  things,  the  intended  use  of  the  data,  the  tol- 
erance of  the  manufacturing  process  and  the  accuracy  of 
the  measurement  system.  It  is  likely  that  the  accuracy  of 
the  measurement  and  manufacturing  systems  will  be  bet- 
ter than  the  error  caused  by  less  than  perfect  sampling  of 
the  contour.  The  errors  that  cause  the  most  significant 
problems  are  a  shifting  of  features  of  the  contour  and  the 
omission  of  features  in  the  reproduction.  In  the  results 
presented,  the  cusp  in  the  center  of  the  curve  was  not 
significantly  attenuated  until  the  sampling  frequency  ex- 
ceeded 1.5  inches.  A  distinction  must  be  made  between 
contours  designed  for  pressure  relief  and  those  designed 
for  positioning  and  posture  maintenance.  Typically  a 
pressure  relief  contour  would  be  shallower  and  have  less 
curvature  than  a  positioning  contour.  As  a  result,  a  suit- 
able sampling  frequency  could  be  lower.  The  data  used 
for  this  study,  although  of  comparable  depth,  has  curva- 
ture tliat  is  greater  than  typical  pressure  relief  seat  con- 
tours. 
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ABSTRACT 

Wheelchair  cushion  interface  force  has 
been  of  interest  to  researchers  and 
clinicians.  The  ability  to  measure  interface 
force  may  assist  in  the  development  of 
improved  seating  systems  and  their  proper 
application.  An  inexpensive  conductive 
polymer  resistive  force  sensor  was 
characterized,  and  then  modified  to  be 
suitable  for  reliably  measuring  cushion 
interface  force.  It  was  found  that  the 
sensors  behave  nonlinearly,  and  are 
influenced  by  the  compliance  of  the  contact 
material.  A  simple  method  for 
encapsulating  the  sensor  was  developed 
to  make  it  more  reueatable. 


Background 

There  are  over  300,000  people  in  the  United 
States  with  spinal  cord  injuries,  and  this 
number  is  growing  by  about  7,000  people  per 
year.  Pressure  sores  are  probably  one  of  the 
most  prevalent  medical  complications 
associated  with  spinal  cord  injury  (Pope  A.M., 
Tarlov  A.R.,  1991.).  In  developing  countries, 
pressure  sores  are  one  of  the  leading  causes 
of  death  among  people  with  spinal  cord 
injuries.  Proper  education  and  assistive 
technology  can  be  effective  in  ameliorating 
this  situation. 

Several  devices  have  been  developed  to 
measure  cushion  interface  pressure 
(Ferguson-Pell,  1990).  Most  of  these  devices 
are  used  to  measure  static  seating  pressure. 
This  assumes  that  the  a  wheelchair  is  a  static 
device  (which  it  is  not),  or  that  pressure 
changes  do  not  vary  dramatically  during  the 
day  or  during  various  activities  (this  is  most 
likely  not  the  case).  Devices  for  measu.ing 
pressure  can  be  useful  in  identifying  localized 
areas  of  high  pressure.  However,  the  skin 
pressuie  is  lower  than  the  interior  pressure 
around  bony  prominences,  where  most  ulcers 
begin. 

Two  recent  innovations  have  developed  that 
may  dramatically  improve  cushion  design  and 
presciiption.  The  first  is  the  development  of 
low  cost,  low  profile  dynamic  force  sensors 


which  can  be  arranged  in  an  array  to  yield  a 
model  of  the  pressure  distribution  on  the 
surface  of  the  buttocks.  The  second  is  the 
development  of  noninvasive  techniques  for 
measuring  the  distribution  and  geometry  of 
tissue  and  to  model  tissue  behavior  under 
various  loads  (e.g.  finite  element  analysis). 
The  combination  of  a  sensor  array  and  a 
model  of  tissue  behavior  could  lead  to  an 
understanding  of  how  cushions  need  to  be 
designed  to  prevent  pressure  sores. 

Recently,  conductive  polymer  sensors  have 
become  commercially  available  which  with 
some  modification  may  be  suitable  for 
measuring  cushion  interface  pressure 
(Webster,  1989).  This  paper  will  focus  on  the 
characterization  of  a  conductive  polymer 
resistive  force  sensor  (Interlink)  and  some 
adaptations  which  may  make  it  suitable  for 
measuring  cushion  interface  pressure. 

Statement  of  the  Problem 

Conductive  polymer  resistive  force  sensors 
are  inexpensive,  light-weight,  and  small. 
However,  they  are  sensitive  to  how  pressure  is 
applied,  and  their  response  is  nonlinear.  In 
addition,  they  have  been  used  in  some 
applications  without  knowledge  of  how  they 
operate.  This  may  produce  erroneous  results. 

Rationale 

The  development  of  a  reasonably  priced 
normal  force  sensing  mat  or  pressure  sensing 
pants  may  yield  the  external  loading  data 
required  for  finite  element  or  other  models  of 
the  internal  distribution  of  pressure  within  the 
buttocks.  This  could  lead  to  improvements  in 
cushions  and  reductions  in  pressure  sores. 
However,  the  properties  and  limitations  of 
these  sensors  needs  to  be  understood  before 
they  are  applied.  The  efficacy  of  the  data  is 
dependent  upon  the  quality  of  the  sensor. 

Design 

A  commercially  available  conductive  polymer 
resistive  force  sensor  (Interlink)  was  analyzed, 
characterized  and  then  modified  for  use  in 
measuring  cushion  interface  normal  force. 

Analysis:  The  base  conductive  polymer 
resistive  force  sensor  consists  of  three  main 
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parts:  1)  a  round  piece  of  mylar  coated  with  a 
circle  of  a  conductive  polymer  ink,  2)  a  thin 
metallic  ring  with  an  Inside  diameter  slightly 
larger  than  the  diameter  of  the  conductive 
polymer,  and  3)  another  round  piece  of  mylar 
with  traces  printed  onto  it  in  a  pattern  of 
interlocking  fingers  (Figure  1).  The  leads 
come  from  the  piece  of  mylar  with  the  fingers 
printed  on  it.  Without  any  force  upon  the 
sensor,  the  resistance  is  nearly  infinite  (the 
fingers  do  not  touch  and  the  air  gap  prevents 
conduction  through  the  polymer  ink).  As 
pressure  is  applied  the  conductive  polymer  ink 
begins  to  touch  the  traces  of  the  opposite 
mylar  film  and  the  resistance  between  the 
leads  drops  (the  resistance  of  the  polymer  ink 
remains  constant).  As  more  pressure  is 
applied  the  contact  area  increases  and  the 
resistance  drops  further.  However,  the  contact 
area  depends  upon  where  the  pressure  is 
applied,  there  is  greater  contact  with  more 
fingers  in  some  areas  than  there  is  in  other. 
The  range  is  typically  between  12M  ohms  and 
100  ohms.  This  range  is  large  enough  to  be 
measured  by  very  simple  circuitry. 

Characterization:  The  resistances  of  five  (1.5 
inch  square,  .75  inch  square,  .25  inch  square, 
.5  inch  circle,  .375  inch  circle)  Interlink 
pressure  transducers  were  measured  over  a 
range  of  0  to  50  pounds.  Force  was  applied 
uniformly  across  the  entire  sensing  surface 
using  an  electronically  controlled  press  and  it 
was  measured  using  a  force  gage  (AMETEK 
AccuForce  II).  The  force  on  each  transducer 
produced  a  resistance  which  was  measured 
using  a  digital  multimeter  (Tektronix  CDM250). 
At  least  three  trials  were  run  for  each 
transducer.  Each  trial  started  a  zero  and  force 
was  slowly  increased  to  50  pounds.  A 
resistance  reading  was  recorded  for  every 
pound.  The  ensemble  mean  for  each 
transducer  is  plotted  in  Figure  2. 


Conductive  Polymer  lnl< 
Mylar 


Electrical  Leads 


cer 


Figure  1 .  Basic  Conductive  Polymer  Force  Sensor 
Development 

Based  upon  the  results  of  testing,  1/2  inch 
circular  transducers  were  chosen  for 
modification.  Two  .0625  inch  thick  fiberglass 
disks  (thinner  carbon  fiber  disks  are  being 
developed)  were  placed  on  either  side  of  the 
transducer  (Figure  3).  The  disk  on  the 
polymer  side  was  .375  inches  in  diameter 
whereas  the  disk  on  the  lead  side  was  .5 
inches  in  diameter.  The  disks  were  adhered  to 
the  sensors  with  inert  silicone  sealer.  The 
conductor  side  layer  of  silicone  sealer  was 
applied  thinly  and  then  held  with  a  5  pound 
force  to  cure  for  24  hours  (this  help  to  ensure  a 
thin  layer  of  uniform  thickness).  The 
conductive  polymer  side  silicone  layer  was 
applied  more  generously.  The  disk  for  this 
side  was  placed  on  the  silicone  adhesive  and 
the  transducer  was  placed  in  a  jig  which  to  set 
the  thickness  of  the  silicone  layer  to  .04  inches 
(1  mm)  and  was  allowed  to  cure  for  24  hours. 
The  modified  transducer  was  then  tested 
similarly  to  the  basic  transducers. 

Evaluation 

The  results  of  testing  the  basic  and  modified 
1/2  inch  circular  transducer  are  shown  in' 
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Figure  4.  Calibration  Curves  for  Basic  and  Modified  1/2"  Circle  Conductive  Polymer  Resistive  Force  Sensors 
Figure  4.  The  modifications  to  the  transducer 
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improved  the  repeatability  of  the 
measurements  and  made  it  less  sensitive  to 
the  location  of  the  force  on  the  transducer. 
This  is  because  the  disk  and  isilicone  layer 
help  to  distribute  point  loads  over  the  entire 
sensing  surface.  The  additional  thickness  from 
the  polymer  side  disk  and  silicone  help  to 
alleviate  the  problems  of  erroneous  readings 
due  to  the  air  gap  ring.  The  air  gap  ring 
reduces  the  force  seen  by  the  sensor  when  in 
contact  with  soft  tissue  or  very  stiff  tissue 
whose  area  extends  over  the  ring.  The  sensor 
retained  its  log  log  relationship  after 
modification  (r  =  .894). 

Discussion 


Simple  modifications  to  conductive  polymer 
resistive  force  transducers  may  make  them 
suitable  for  measuring  seating  interface 
normal  force.  The  repeatability  and  reliability 
can  be  improved.  The  nonlinear 
characteristics  of  the  sensor  can  be  overcome 
by  using  logarithmic  regression  or  a  look-up 
table,  tvlaterials  suitable  for  thinner  disks  need 
to  be  investigated  further.  The  modified 
transducers  need  to  be  integrated  into  a 
flexible  array  (e.g.  lycra  pants)  and  tested 
further.  However,  this  line  of  research  appears 
to  shew  promise  for  assisting  with  cushion 
design  and  evaluation.  „^    .  . 
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^^■1^41- Mylar 

d  3^>^~Spacgr 

^  Electrical  Leads 


This  project  was  partially  supported  by 
Rehabilitation  Services  Administration,  U.S. 
Department  of  Education  under  Award  No. 
H129E00005,  and  from  a  Research  Assigned 
Time  Grant  from  California  State  University, 
Sacramento. 

References 

1.  Ferguson-Pell  M.W.:  Seat  Cushion 
Selection,  Journal  of  Rehabilitation  Research 
and  Development-Clinical  Supplement  No.2, 
49-73,  1990. 

2.  Pope  A.tvl.,  Tarlov  A.R.:  Disability  In 
America:  Toward  a  National  Agenda  for 
Prevention,  National  Academy  Press, 
Washington,  D.C.,  1991. 


3.  Webster  J.G.:  A  Pressure  Mat  for  Preventing 
Pressure  Sores,  Proceedings  11th 
International  Conference  of  the  IEEE  -  EMBS, 
11(5):1485-1486,  1989. 

Rory  A.  Cooper 
Coordinator 

Rehabilitation  Engineering  Program 
Biomedical  Engineering  Department 
California  State  University 
Sacramento,  California  95819-6019 


Figure  3.  Modified  Conductive  Polymer  Resistive  Force  Sensor 
212  RESNA  International '92  •  June  6-11,  1992 


22V 


12.5 


Pressure  Distribution  on  Custom  Contoured  Wheelchair  Cushions  Utilizing  the  Electronic  Shape  Sensor 

Anita  Perr,  OTR/L,  Andrew  Lincoln,  MS,  Thonnas  McGovern,  MS 
REquest  Rehabilitation  Engineering  Center 
National  Rehabilitation  Hospital 
Washington,  DC  USA 


Abstract 

A  pressure  distribution  study  of  custom  contoured 
wheelchair  cushions  was  performed  as  part  of  an 
ongoing  clinical  Beta  site  evaluation  of  the  University  of 
Virginia  (UVA)-REC  CAD/CAM  Seating  Assessment 
System.  The  purpose  of  the  evaluation  was  to 
examine  the  overall  feasiliil-iy  of  the  system  and  the 
effectiveness  of  the  Custom  Contoured  Cushion  (CCC). 
During  the  evaluation,  many  clinical  factors  were 
recorded  and  analyzed.  This  paper  reports  on  only  one 
aspect  of  cushion  effectivenes.^;  piessuro  management. 
Interface  pressures  of  the  seat  were  measured  at  five 
anatomical  locations  on  subjects'  original  cushions  and 
the  CCC  that  was  provided  by  the  seating  system. 
Results  suggest  that  thore  was  a  redistribution  of 
pressure  on  the  CCC. 

Introduction 

High  pressures  on  seal'iicj  surfaces  over  time  can 
decrease  local  blood  flow  and  cause  tissue  necrosis 
resulting  in  pressure  sores.'  Theoreticiilly,  contoured 
cushions  effectively  distribute  the  load  in  a  more  even 
pattern  to  eliminate  peak  pressure  areas.-  In  addition, 
contoured  seat  cushions  may  offer  enluiMtud  postural 
support.  The  UVA-REC  has  develope  l  a  computer 
assisted  technique  to  design  and  fabncate  custom 
contoured  cushions,  the  CAD/CAM  Seating 
Assessment  System,  that  is  being  prepaiod  for  market. 
It  appears  to  fill  a  void  in  the  rehabilitation  of  persons 
with  spinal  cord  injuries  and  other  disabilities  who  use 
wheelchairs  by  providing  a  better  wheelchair  cushion  at 
reduced  cost  and  delivery  time.  Essentially,  foam 
blocks  are  carved  to  exactly  match  the  seated  contour 
of  the  wheelchair  user,  taking  into  account  the  tissue 
displacement  that  occurs  in  the  seated  position. 

Objective 

This  segment  of  the  evaluation  considered  the  effects 
of  custom  contoured  cushions  on  pressure  distribution 
by  an  individual  using  a  wheelchair.  The  two  main 
objectives  of  this  study  were:  11  to  utilize  a 
standardized  methodology  provided  to  five  clinical 
centers  to  measure  baseline  interface  pressures  for 


subjects  with  various  diagnoses  and  seating' systems; 
and  2)  to  obtain  additional  measurements  with  the 
custom  contoured  cushion  to  determine  the 
effectiveness  of  pressure  management  with  the  CCC. 

Methods 

Each  of  five  Beta  sites'  collected  data  regarding 
demographics,  posture,  function,  and  pressure  on 
subjects  meeting  previously  defined  criteria.  Criteria 
for  subject  participation  included  no  history  of  skin 
breakdown  on  the  sitting  surface  for  six  months 
preceding  participation;  wheelchair  used  as  their 
primary  means  of  mobility;  and  sufficient  sitting 
tolerance  to  participate  in  the  evaluation. 

During  the  initial  evaluation,  the  clinicians  collected 
demographic  data,  evaluated  posture,  function  and 
pressure  and  collected  contour  data  to  design  a  CCC. 
A  detailed  description  of  the  computer-assisted  method 
to  collect  contour  data  and  fabricate  a  cushion  is 
published  elsewhere  and  therefore  is  not  included 
here.*  Pressure  measurements  were  taken  using  the 
subjects'  original  cushions.  Pin-Dot  Products  (Niles, 
Illinois)  fabricated  all  CCCs  using  the  numerical  data 
obtained  by  the  Electronic  Shape  Sensors  at  the  Beta 
sites.  The  variety  and  distribution  of  wheelchair 
cushions  used  by  the  subjects  are  listed  in  Table  1 . 

Table  1 .  Cushion  Type  (n  =  57)  


Type  Nuinber 

Jay  20 

Quickie  12 
ROHO-  High  Profile  7 
ROHO-  Low  Profile  6 
Other  1 1 

Pressure  on  the  sitting  surface  was  measured  using  the 
SCIMedics-Talley  (Hampshire,  England)  pressure 
monitor.  Evaluators  primarily  used  a  4"  bladder.  The 
bladder  was  placed  between  the  subject  and  the  sitting 
surface  at  seven  sites;  the  left  and  riuht  Ischial 
tuberosities  (IT)  placing  the  bladder  directly  under  the 
tuberosity;  the  left  and  right  trochanters  placing  the 
bladder  at  the  greater  trochanter  of  the  femur;  under 
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the  left  and  right  »highs  placing  the  edge  of  the  bladder 
at  the  front  edge  of  the  subject's  wheelchair  cushion; 
and  at  the  coccyx/sacrum  placing  the  bladder  directly 
under  the  coccyx  and/or  sacrum.  Pressure 
measurements  were  taken  in  the  following  sequence: 
right  Ischial  tuberosity,  left  ischial  tuberosity,  right 
trochanter,  loft  trochanter,  right  thigh,  left  thigh,  and 
coccyx/sacrum.  The  sequence  of  pressure 
measurements  was  repeated  to  obtain  three 
independent  measures.  The  average  of  the 
messurements  at  each  site  was  calculated  and  used  for 
subsequent  analyses.  Because  the  SCIMedics-Talley 
pressure  monitor  is  difficult  to  accurately  read  at  the 
lower  end  of  the  scale,  any  pressure  readings  below  20 
millimeters  of  mercury  were  recorded  as  20  mnilly. 

Results 

Fifty-seven  subjects  presenting  a  variety  of  diagnoses 
panicipated  in  the  study.  Demographic  information  can 
be  found  in  Table  2.  Each  subjecl  was  to  participate  in 
two  sessions  with  the  Beta  evaluntors.  At  the  time  this 
report  was  written,  each  of  ihe  27  subjects  who 
returned  for  their  second  session  received  a  contoured 
cushion. 

 Table  2.  Subject  Demogrophics  (n  =  57) 


Sex 

Mean  Age  (years) 
Mean  Weight  (lbs.) 
Mean  Height  (in.) 

Diagnosis  


M:  43 
40 
155 
68 

Number 


F:  14 


SCI-Quad  21  

SCI-Para  18 
Post  Polio  5 
MD  4 
MS  3 
CP  2 
Other  4 

No  attempt  was  made  to  compare  pressure 
measurements  between  the  various  cushions.  Rather, 
the  data  were  analyzed  grouping  all  of  the  subjects 
together.  Pressure  measurements  for  two  of  the  57 
subjects  were  lost  to  the  evaluation. 

Mean  pressures  on  the  subjects'  original  cushions  cfln 
be  found  in  Table  3.  The  highest  localized  pressures 
were  found  at  the  Ischial  tuberosities.  Pressures  at  the 
trochanters  were  less  than  at  the  ischial  tuberosities 
and  pressures  were  lowest  at  the  thighs.  Pressure  at 
the  sacrum  was  similar  to  that  at  the  trochanters. 


These  results  closely  match  findings  of  previous 
investigators.^ 


Table 


Site 


3.  Mean  Pressure  (SD)  on  Original  Cushions 
 (n  =  55) 

Pressure  (mmH9) 


Left 


IT 

Trochanter 

Thigh 

Sacrum 


62  (28) 
41  (151 
24  (  6) 


Right 


39  (20) 


63  (29) 
41  (15) 
22  (  4) 


Mean  pressures  on  the  custom  contoured  cushions  are 
listed  in  Table  4.  Overall,  the  distribution  of  pressure 
over  the  contoured  cushions  was  similar  to  that  on  the 
original  cushions  with  the  highest  pressures  at  the 
ischial  tuberosities,  less  at  the  trochanters  and  sacrum 
and  the  least  pressure  at  the  thighs. 

Table  4.  Mean  (SD)  Pressure  on  Custom  Contoured 
 Cushion  (n  =  27) 


Site 


Left 


Pressure  (mmHg) 


IT 

Trochanter 

Thigh 

Sacrum 


57  (21) 
41  (12) 
26  (  9) 


Right 


36  (20) 


50  (13) 
37  (13) 
26  (  7) 


Ihe  results  of  paired  t-test  analysis  of  the  pressure 
differences  with  different  cushion  use  are  shown  in 
Table  5.  The  lusults  indicatu  that  although  a  similar 
decrease  was  observed  at  both  ischial  tuberosities,  only 
the  decrease  on  ihe  right  side  was  statistically 
significant  (p<0.05).  Similarly,  only  on  the  right  side 
was  the  thigh  pressure  significantly  increased. 

Table  5.  Paired  t-test  for  Mean  (SD)  Pressure 
 Measurements  (n  =  27) 


Site 


Pressure  (mm  Hg) 


Right  IT 
Left  IT 
Right  Troch. 
Left  Troch. 
Right  Thigh 
Left  Thigh 
Sacrum 


Original 


COG 


64  (29) 
71  (32) 
38  (14) 
40  (14) 

21  (  6) 

22  (  7) 
42  (21) 


50  (13) 
57  (21) 
37  (13) 
41  (12) 
26  (  7) 
26  (  9) 
36  (20) 


SIgnif. 
Level  (p) 


0.024 
0.064 
0.609 
0.535 
0.012 
0.062 
0.344 


These  data  indicate  a  small  decrease  in  pressure  at  the 
ischial  tuberositites  and  a  small  increase  in  pressure  at 
the    thighs,    thus   indicating    a    possible   shift  in 
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v/eiQhtbearing  from  the  bony  aieas  of  the  ischial 
tuberosities  to  the  thighs  which  might  be  more  suitable 
for  weightbearino-  However,  a  dinmatic  redistribution 
of  pressure  was  not  observed. 

Discussion 

Comfort,  function  and  pressure  ilistiibution  all  play 
important  roles  in  choosing  the  correct  wheelchair 
cushion.  Custom  contouring  a  foam  wheelchair 
cushion  may  play  a  role  in  altering  the  pressure 
distribution  over  the  sitting  surface.  This  study 
indicates  a  change  in  pressure  at  the  ischial  tuberosities 
and  the  thighs  with  the  use  of  a  custom  contoured 
cushion.  However,  the  change  In  the  distribution  of 
pressure  from  the  subjects'  original  cushion  to  the  CCC 
was  relatively  small.  Even  small  decreases  in  pressure 
may,  however,  influence  the  ability  of  a  patient  to  bear 
weight  and  reduce  the  likelihood  of  pressure  sore 
formation  or  increase  the  patient's  sitting  tolerance. 

The  smaller  standard  deviations  in  piRSSurc 
measurement  for  custom  contoured  cushion  users 
observed  at  the  ischial  tuberosities  suggest  a  more 
consistent  interface  pressure.  This  may  suggest  a 
reduction  in  tissue  distortion  when  provided  with  a 
custom  contour.  Additional  data  from  the  outstanding 
30  subjects  should  provide  a  more  complete  analysis. 

Evaluators  were  instructed  to  record  any  pressures  less 
than  20  mmHg  as  20  mmHg.  This  may  have  resulted 
in  skewed  results  especially  for  the  pressure  under  the 
thighs.  It  was  observed  that  some  subjects  bore  little 
or  no  weight  under  their  thighs  on  their  original 
cushions.  The  pressures  which  were  recorded  as  20 
mmHg  may  actually  have  been  lower.  This  suggests 
that  the  pressure  under  the  thighs  was  actually 
increased  by  more  than  what  was  reported  in  these 
results  with  a  custom  contoured  cushion. 

Conclusion 

Custom  contoured  cushions  fabricated  using  the 
CAD/CAM  Seating  Assessment  System  developed  by 
the  UVA-REC  may  decrease  pressure  at  the  Ischial 
tuberosities  and  Increase  pressure  at  the  thighs.  While 
the  patterns  of  pressure  distribution  remain  essentially 
the  same  (highest  at  the  IT'S,  lower  at  the  trochanters 
and  sacmm  and  still  lovirer  at  the  thighs),  the  pressure 
was  shifted  somewhat  from  an  area  prone  to  skin 
breakdown,  the  Ischial  tuberosities,  to  an  area  better 
suited  for  weightbearing,  the  shafts  of  the  femurs.  It 
is  expected  that  with  a  larger  subject  pool,  patterns  of 
change  will  continue  to  show  this  shift  in  pressure  with 


the  values  on  the  left  and  right  sides  balancing. 
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University  of  Virginia  Rehabilitation  Engineering  Center 
Charlottesville,  Virginia  USA 


ABSTTIACT 

A  novel  system  designQd  for  the  measurement  of  the 
loading  of  the  human  body  on  a  seating  surface  Is 
reported.  The  system  measures  seating  surface  forces 
and  can  control  the  seating  contour.  Using  force 
information  as  feedback,  the  system  is  capable  of 
determining  custom  seating  contours  which  produce 
optimum  seating  characteristics.  The  system  is 
comprised  of  an  electronically  actuated  and  force- 
sensing  seating  surface  which  is  controlled  by  a 
computer.  Figure  1  illustrates  the  major  components  of 
the  seating  system. 

BACKGROUND 

It  has  been  determined  that  custom  contoured  cushions 
can  help  reduce  seating-related  illnesses  which  afflict 
wheelchair  users.  For  this  reason,  systems  have  been 
designed  to  aid  in  the  measurement  and  fabrication  of 
such  contoured  cushions.  Some  existing  systems 
operate  by  measuring  the  displacement  of  an  array  of 
probes  which  constitute  the  seating  surface.  The 
individual  probes  are  spring-loaded  and  resist  vertical 
displacement  [1  ].  The  measured  dispiacement  due  to  the 


loading  of  a  human  body  is  then  used  to  specify  the 
cushion  contour  which  will  be  fabricated.  Ttiese  systems 
can  be  descriljed  as  "open-loop"  since  the  "desired" 
seating  characteristics  are  not  Incorporated  Into  the 
displacement  measurement.  Some  of  these  systems 
allow  for  a  variety  of  spring  stiffnessses  which  can  be 
helpful  for  measuring  Individuals  with  various  masses. 
However,  the  existing  systems  do  not  allow  for 
simultaneous  contour  control  and  seating  force 
measurement.  A  "closed-loop"  system  would  allow  for 
more  direct  control  over  a  cushion's  seating 
characteristics.  Work  on  such  a  system  was  started  by 
Brienza  and  Gordon  at  the  UVA  REC  [2,3].  This  paper 
reports  progress  in  this  effort. 

RESEARCH  Q«:ESrnON 

Ttie  purpose  of  this  project  is  to  determine  a  way  that 
force-feedback  can  be  implemented  In  a  closed-loop 
seating  system  and  meet  the  specifications  listed  tielow. 

1)  The  system  should  be  able  to  measure  seated 
individuals  with  masses  up  to  100  kg. 

2)  The  seating  surface  should  be  made  up  of  an  array  of 
movable  force  sensing  prot)es  arranged  in  an  18"  by  18" 
area. 

3)  Each  probe  should  be  capable  of  measuring  static 
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forces  normal  to  the  seated  surface  ranging  from  20  to 
5900  grams  with  a  resolution  of  25  grams. 

4)  Ttie  vertical  position  of  each  probe  should  be 
controllable  under  maximum  load  to  the  maximum 
displacement  of  5  inches  with  a  resolution  of  0.01  inches. 

5)  Ttie  orientation  (tilt  and  rotation)  of  each  probe 
surface  should  be  measurable.  The  tilt  angle  should  be 
measured  from  0  to  SO  degrees  with  respect  to  horizontal 
with  a  0.5  degree  resolution.  Ttie  rotation  angle  should 
be  measured  from  10  to  360  degrees  about  a 
designated  reference.  Up  to  1 0  degrees  of  unmeasurable 
travel  is  allowed  for  due  to  the  method  of  measurement. 

Ttiese  specifications  viete  chosen  to  ensure  that  the 
system  would  be  able  to  measure  95%  of  the  potential 
sub|ects  as  well  as  ensuring  the  displacement  and  force 
resolutions  to  be  as  good  as,  or  better  than,  existing 
systems. 

METHOD 

Actuators:  Ttie  seating  surface  consists  of  an  11  by  12 
rectangular  array  (minus  the  four  comers)  of  movable 
force  sensing  probes.  This  array  configuration  was  used 
successfully  on  previous  systems  and  was  adopted  for 
the  new  system.  Where  the  earlier  systems  used  springs 
to  counteract  the  seating  forces,  the  new  system  uses 
motor-driven  actuators  which  can  position  each  probe 
vertically  within  a  5  inch  range.  Since  128  motors  are 
required  (one  for  each  probe),  size  of  the  motors  is  an 
important  consideration.  The  stepper  motors  chosen  are 
small  enough  to  aliow  two  layers  of  54  motors  to  fit  in  the 
available  18"  by  18"  cross-sectional  area  and  powerful 
enough  to  lift  the  rated  5900  gram  load  when  coupled 
with  acme  drive  screws.  Also,  the  stepper  motors  allow 
the  position  of  a  given  probe  to  be  calculated  from  the 
number  o(  pulses  sent  to  the  respective  motor.  This 
eliminates  the  need  for  separate  position  sensors  for 
each  probe. 

Sensors:  Each  prolse  Is  designed  to  measure  the  force 
acting  normal  to  the  surface  between  the  probe  and 
seated  Individual.  Figure  2  shows  the  cross  section  of  a 
typical  sensor  probe.  Each  prolse  is  attached  to  a 
stepper  motor  by  a  drive  screw  and  nut  (not  shown  in 
figure).  The  probe  surface  Is  rigid  and  transmits  the 
forces  down  a  connected  shaft  to  a  force  transducer. 
Ttie  force  transducer  converts  the  measured  forces  to 
electrical  signals  which  are  processed  by  the  computer. 
The  force  transducer  Is  comprised  of  a  piezo-reslstive 
pressure  sensor  which  converts  forces  from  pressurized 
liquids  to  electrical  signals.  There  are  many  available, 
inexpensive  pressure  sensors  which  can  be  purchased 
for  this  application.  Silicone  fluid  Is  sealed  in  a  cylindrical 
chamber  with  one  end  containing  the  pressure  sensor 
and  the  other  a  flexible  rubber  diaptiragm.  A  shaft 
attached  to  the  probe  surface  makes  contact  with  the 
diaphragm  and  transmits  forces  to  the  silicone  fluid. 

To  allow  for  curved  contours,  each  prolse  surface 
consists  of  a  conical  head  which  tilts  and  rotates  freely 
with  the  seated  surface  by  means  of  a  ball  and  socket 
joint.  The  orientation  of  the  protie  head  is  detected  by 
two  separate  potentiometers  which  measure  its  tilt  and 
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Figure  2  Typical  Sensor  Prot>e  Cross  Section 


rotation.  The  potentiometers  convert  the  associated 
head  rotation  angles  to  electrical  signals  which  are 
processed  by  the  computer.  The  probe  head  can  rotate 
freely  360  degrees  about  the  center  axis  of  the 
connecting  shaft.  A  rotary  potentbmeter  attached  to  the 
top  of  a  sliding  cylindrical  collar  measures  the  contacting 
point  of  the  conical  prolse  head,  thereby  determining  the 
head  rotation.  This  potentiomMer  measures  the  full  360 
degree  rotation  minus  a  contact  angle  of  about  10 
degrees.  The  sliding  collar  is  spring  loaded  and  resists 
the  tilt  of  the  head.  A  wiper  attached  to  the  collar  makes 
contact  with  a  linear  potentiometer  mounted  on  the 
prolse  body.  As  the  probe  head  tilts,  the  collar  is  forced 
to  slide  down  the  prolse  body  causing  the  wiper  to  travel 
along  the  linear  potentiometer  [2]. 

Computer  and  Interface:  The  probes  are  connected  to  a 
computer  cabinet  via  cables  and  interfacing  circuitry.  The 
cabinet  contains  an  STD  bus  multiple  processor 
computer  with  its  related  I/O  and  user  interfacing 
equipment.  Ttie  system  contains  a  monitor,  keyboard 
and  mouse  for  user  interaction.  Ttie  cabinet  contains  a 
D.C.  power  supply  whteh  Is  used  for  energizing  the 
stepper  motors,  the  force  transducers  and  the  orientation 
potentiometers  as  well  as  the  supporting  circuitry. 
Attached  tO  ttie  chair  unit,  analog  multiplexers  are  used 
to  scan  the  force  and  orientation  signals  before  they  are 
digitized  and  sent  to  the  computer.  Also  located  on  the 
chair  unit  are  controller  cards  which  receive  digital 
signals  from  the  computer  and  convert  them  Into  the 
drive  pulses  for  the  stepper  motors  [2]. 

RESULTS 

At  the  time  of  this  writing,  the  design  portion  of  the 
project  has  been  completed.  All  of  the  system 
-components  have  txien  Identified  and  the  majority  of  thu 
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parts  have  been  purchased.  Three  fourths  of  the 
construction  of  the  system  has  t>een  completed.  All  of 
the  computer  and  related  I/O  circuitry  has  been  installed 
and  tested.  All  of  the  stepper  motors  and  related 
actuators  have  been  installed.  The  orientation 
potentiometers  have  t>een  tested.  The  individual  probe 
components  are  currently  being  built.  Prototype  probes 
have  been  fully  built  and  tested  and  have  met  the 
required  specifications.  Software  has  been  written  and 
tested  for  controlling  a  smaller  group  of  probes  and  will 
be  extended  for  the  full  system. 

DISCUSSION 

The  system  is  expected  to  be  a  research  tool  which  can 
provide  information  about  how  seating  contours  affect 
the  forces  which  react  normal  to  the  seating  surface. 
Additionally,  the  system  as  described  is  capable  of 
determining  stiffness  characteristics  of  the  seated 
surface.  Stiffness  can  t>e  measured  at  a  prot>e  site  by 
displacing  the  probe  a  short  distance  and  recording  the 
change  in  the  surface  force  [2].  Stiffness  considerations 
can  be  Incorporated  into  the  cushion  contour  design  to 
create  desired  loading  effects.  For  example,  it  may  t>e 
desirable  to  reduce  pressures  at  high  stiffness,  thin  skin 
areas  and  to  distribute  these  pressures  to  lower  stiffness, 
thick-skin  areas.  This  system  is  unique  since  it  can 
control  the  contour  of  the  seating  surface  and 
simultaneously  measure  the  loading  effects  at  the 
seating  interface.  In  this  way,  the  system  can  incorporate 
characteristics  like  stiffness  into  algorithms  which 
compute  optimal  cushion  contours. 

Much  care  has  t>een  taken  to  design  a  tool  that 
measures  forces  which  are  accurate  and  repeatable.  As 
was  pointed  out  by  Guthrie  [4],  it  is  extremely  difficult  to 
measure  pressures  tietween  two  compliant  surfaces 
since  the  curvatures  of  each  surface  must  be  known.  To 
avoid  this  situation,  the  prot>e  heads  are  fiat  and  rigid  so 
the  shape  of  the  measured  interface  is  known.  Each 
prot>e  is  calibrated  and  is  accurate  throughout  the 
designed  load  range  for  flat  and  curved  contours. 

An  additional  use  for  the  seating  system  is  the 
measurement  of  cushion  properties.  A  compliant  material 
can  be  placed  on  the  fiat  or  contoured  actuator  array 
and  force  information  can  t>e  measured  under  various 
loadings  of  the  material.  Information  atwut  how  materials 
transmit  forces  to  oase  supports  can  be  determined  from 
this  applicatior  i^]. 

It  is  hoped  that  the  use  of  this  system  will  make 
contributions  to  the  area  of  seating  technology  and  will 
ultimately  lead  to  improvements  in  the  quality  of  life  of 
many  people  with  disabilities. 
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ABSTRACT 

A  prototype,  computer  based  pressure 
mapping  system  was  developed  using  existing 
technology  that  had  been  developed  for  other 
medical  applications.  The  design  was  based 
on  specifications  from  10  clinical  and  research 
centers.  The  prototype  and  3  commerdal 
pressure  measurement  systems  were 
compared  for  technical  and  clinical 
performance.  For  each  system,  clinician 
feedback,  data  and  trends  are  presented  for 
the  relative  influence  of  hammocking, 
hysteresis  and  creep.  Ihe  findings  of  the 
study  emphasiiie  not  only  that  three  out  of 
the  four  systems  exhibit  clinically  significant 
inaccuracies  of  measurement  due  to  these 
unwanted  properties  but  also  exhibit  marked 
difference  in  values  obtained  under 
comparable  loading  conditions. 

INTRODUCTION 

Over  the  last  10  years,  two  major  clinical 
applications  of  pressure  mapping  systems 
have  emerged.  Pressure  measurement  has 
been  used  by  many  centers  for  selection  of 
support  devices  for  individuals  at  risk  for 
developing  pressure  sores  ( 1 )  ( 2 )  ( 3 ) .  Use  of 
pressure  mapping  is  increasing  in  the 
evaluation  of  positioning  or  postural  support 
and  seating  systems  ( 4 ) .  Such  objective 
documentation  assists  decision-making  for 
prescription  and  communicates  findings 
succinctly  to  colleagues  including 
justifications  to  third  party  payors . 
A  number  of  studies  have  identified  sensor 
cheuracteristics  which  influence  interface 
pressure  measurements  and  must  be 
considered  when  interpreting  readings 
(5) (6).  The  few  mapping  systems  that  have 
been  available  commercially  have  been  Umited 
in  performance  in  the  following  areas: 

•  poor  durability 

•  potential  inaccuracies  on  compliant 
cushions  due  to  "hammocking" 
•inadequate  spatial  resolution 
•large  sensor  elements  which  cause 
peak  pressure  "averaging" 

•  sensor  arrays  too  small  for  full 
seat  mapping 

Most  computer-based  systems  have  been 
limited  in  data  presentation  and  manipulation 
for  measuring  and  recording  dynamicchanges 
associated  with  functional  activities. 
The  purpose  or  this  project  was  to  develop  an 
improved  pressure  mapping  system  and 
compare  its  measurement  and  performance 
with  three  commercial  systems.  A  focus 


group  of  3  clinical  specialists  was  formed  to 
compare  the  systems  for  use  in  patient 
assessments . 

METHODS  AND  MATERIALS 
Pressure  monitoring  devices  tested: 
The  prototype  system  was  developed  by 
Tekscan  Inc.  (Cambridge  MA)  in 
collaboration  with  the  authors  who  provided 
detailed  performance  and  user  interface 
specifications  based  on  responses  to  a 
questionnaire  by  10  experienced  seating 
specialists  and  researchers.  The  prototype 
contains  2056  sensing  elements ,  their  center's 
10mm  apart  on  a  mapping  atrea  of  430  x  490 
mm.  Each  sensor  is  approximately  8mm  x 
8mm.  The  system  employs  a  force  sensitive 
ink  which  is  applied  to  the  mat's  thin,  flexible 
polyester  substrate  0.1  mm  thick,  using  an 
advanced  lithographic  technique.  The 
system  features  very  high  spatial  resolution, 
high  sampling  rate  and  a  graphical  interface 
that  provides  high  quality,  two  eind  three 
dimensional  representations  of  the  pressure 
distribution  at  the  body-support  interface. 
It  also  allows  short  duration  dynamic 
pressure  distributions  to  be  recorded  and 
played  back  at  normal  speed  or  frame  by 
frame . 

The  Tekscan  prototype  was  compaured  with 
three  commercial  systems:  Force  Sensing 
Array  (FSA)  from  VISTAMED  (Winnipeg, 
Canada );Talley  TPM3  and  Talley  Pressure 
E valuator  (Talley  Medical  Equipment  Romsey, 
England) . 

The  FSA  system  uses  225  sensors 
manufactured  by  Interlink  Electronics  (Santa 
Barbara  CA)  whose  active  element  is  an 
electrically  conductive  ink.  They  aire 
arrayed  in  a  510mm  x  510mm  mat.  Pressures 
can  be  monitored  either  instantaneously  or  at 
a  sampUng  rate  of  approximately  1  complete 
array  of  sensors  per  second.  Data  is 
presented  either  as  color  encoded  isobars, 
proportional  squares,  as  numerical  values  or 
as  a  3D  contour  map. 

The  TPM3  monitors  a  pneumatic  pressure  vs 
air  flow  rate  chciracteristlc  associated  with 
each  small  air  bladder  used  as  a  sensor.  The 
TPM3  can  be  used  as  a  stand-  alone  system 
where  values  aire  presented  on  a  LCD 
display,  or  in  conjunction  with  a  personal 
computer.  The  TPM3  can  accommodate  up  to 
96  discrete  sensors  and  Is  also  supplied  in 
8x12  sensor  arrays  and  a  510mm  x  510mm,  48 
sensor  mat  (TALMAP)  to  place  on  wheelchair 
cushions. 

The  Talley  Skin  Pressure  Evaluator  (TSPE) 
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is  a  small  hand-held  portable  unit  employing 
a  sphygmomanometer  cxsnnected  to  a  bladder 
with  electrical  contacts  to  indicate  whether 
the  bladder  is  inflated  or  has  been  collapsed 
by  the  applied  interface  pressure .  The  TSPE 
can  be  supplied  with  100mm  and  28mm 
diaumeter  sensor  bladders. 
Calibration  Techniques; 
A  planar  loading  calibration  method  was  used 
to  calibrate  each  system .  Transducers  were 
sandwiched  between  an  inflatable  vinyl  bag 
above,  and  a  15mm  thick  elastomeric  gel  ( "T- 
Gel",  Alimed  Inc.  Boston  MA)  which  were 
contained  in  a  strong  wooden  box  with  an 
accefis  slot  to  insert  the  transducer  at  the 
front.  The  inflation  pressure  of  the  vinyl 
bag  was  equated  to  the  pressure  applied  to 
the  transducer. 

Linearity    was  determined  by  loading  the 
mapping  systems  in  the  planar  calibration  rig 
and  applying  increments  of  20  mm  Hg  up  to 
160  mm  Hg.  Linearity  was  expressed  as  the 
regression  coefficient  for  the  output  versus 
applied  pressure  characteristic. 
Hysteresis    effects    were    examined  by 
progressive  interval  loading  and  unloading  of 
each  system ,  except  the  T  ALMAP ,  results  for 
this  system  were  assumed  to  ba  the  same  as 
the  TPM3  sensors  in  isolation .  Increments  of 
20  mm  Hg  were  applied  and  measurements 
recorded  in  the  range  0-160-0  mm  Hg . 
Stability  was  determined  for  each  of  the 
systems  applying  pressure  at  two  levels  (50 
and  100  mm  Hg)  successively.  In  each  case 
the  output  of  the  sensors  was  measured 
immediately  upon  reaching  the  prescribed 
pressure,  at  30s  and  then  at  60s  intervals  up 
to  600s. 

Repeatability  was  determined  using  a  loader 
gauge  fabricated  to  nominally  simulate 
buttock  loading.  A  loader  gauge  is  preferred 
to  employing  human  subjects  as  small 
variations  in  body  position  are  difficult  to 
control  and  can  result  In  large  variations  in 
local  interface  pressure.  The  variation  In 
peak  press<ire  for  10  repeated  loadings  was 
compared  for  each  of  4  test  cushions  (Foam, 
gel,  Roho,  Jay). 

Hanunoddng  effects  were  estimated  by 
instrumenting  the  loader  gauge  with  three 
12mm  diameter  Interlink  sensors. 
Instrumentation  was  developed  to  average  the 
output  of  the  3  sensors  and  express  their 
response  to  applied  pressure  in  mm  Hg .  The 
sensors  were  placed  on  the  ischial  tuberosity 
region  of  the  loader  gauge,  which  was  then 
placed  on  each  of  the  test  cvishions.  The 
average  output  of  the  sensors  was  then 
recorded.  This  procedure  was  then  repeated 
with  each  of  the  pressure  mapping  systems 
interposed  between  the  cushion  and  the 
instrumented  loader  gauge.  Comparison 
between  the  average  Interlink  sensors' 
output  with  and  without  the  transducer 
provides    an    indication    of    how  much 


modification    of    the    "natural"  pressure 
distribution  occurs  due  to  the  presence  of  the 
transducer . 
Patient  Tests; 

Meatsurements  were  made  to  determine  the 
reproducibility  of  the  mapping  systems  with 
experienced  wheelchair  users  at  risk  for 
developing  pressure  sores.  Each  of  5 
subjects  exhibited  prominent  ischial 
tuberosities.  Pressure  measiirements  were 
taken  with  each  subject  seated  in  his  own 
wheelchair  with  a  solid  seat  board.  For  each 
cushion,  single  readings  were  taken  for  each 
of  the  pressure  mapping  systems,  on  each  of 
the  4  cushions. 

RESULTS 

Clinical  Focus  Group 

Overall,  the  focus  group  participants  foxind 
the  TPM3  to  be  the  most  limited  in  speed,  ease 
of  use,  clinical  efficiency  and  ready 
interpretation  of  data  presentation.  The  FSA 
was  found  to  provide  clinically  useful,  easUy 
interpreted  data  and  dear,  comprehensive 
data  files  Including  hard  copy.  The 
Tekscan's  spatial  resolution,  data 
presentation  and  ease  of  operation  were  rated 
to  be  superior  to  the  other  systems  and  the 
dynamic  recording  capability  was  found  to  be 
useful  In  simulating  the  effects  of  fxinctional 
activity.  Lack  of  software  for  numerical 
display,  printing  and  data  retrieval  were 
Identified  as  weaknesses. 


Table  1;  Linearity  and  calibration 
reproducibility 


tP((3S 

FSA 

TEKSail  TEKSail 

COVERED  DKCOVERED 

PRESSDRE 

[101 

151 

[51  in 

(u  Hg) 

HMO  Heasoreil  Pressare 


0 
20 
40 
60 

80 
100 
120 
MO 
1(0 


0  (0.0) 
21  (0.6) 
41  (0.3) 
61  (0.3) 
81  (0.0) 
101  (0.0) 
121  (0.0) 
140  (0.5) 
160  (O.S) 


0  (0.0) 
14  (2.3) 


40 

60 
81 
103 
129 


2.7) 
3.4) 
5.1) 
3.7) 
1.3) 


147  (0.5) 


0  (0.0) 

19  (1.7) 

40  (1.5) 

61  (1.6) 

82  (2.0) 

104  (1.6) 

126  (2.8) 

147  (1.6) 

169  (1.5) 


15 
34 

51 
68 
87 
103 
122 


Linearity 

(t'l 

0.999 

1.081 

1.060 

0.875 

Table  2; 

Hysteresis 

HAPPIHG  SYSTEK 

ETSTERESIS 

TEimcov 

21.7 

TEKOV 

20.8 

TPH3S 

0.0 

FSt 

18.7 
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Table  5:  Repeatability-loader  gauge 


PEAK  PRESSOSE  u  Bg 


OSBIOH 

fSA 

lAlKAP 

tEKCOV 

tEKHCOV 

TPK3S 

OAK 

54(2) 

83(5) 

81(5) 

62(6) 

69(2) 

EL 

71(4) 

89(10) 

97(11) 

91(10) 

103(8) 

AY 

4115) 

64(6) 

85(10) 

51(6) 

72(10) 

\m 

33(5) 

45(4) 

57(3) 

42(9) 

48(8) 

Table  6:Exaaiple  of  napping  system 
measurejnent  variation  for  5 
subjectsfor  1  support  surface 


m  j/mmr.  mrm  system  mappikg 


SA     TAIHAP  TSPE    TEKCOV  TPH3S 


1 

91 

107 

81 

173 

122 

2 

134 

164 

155 

184 

202 

3 

84 

85 

75 

103 

84 

4 

136 

190 

129 

187 

246 

5 

106 

94 

72 

82 

88 

DISCUSSION 

Technical     evaluation     of     the  systems 
demonstrated  that  the  TaUey  TPM3  is  the 
most  accurate,  reproducible  and  stable,  but 
was  found  to  be  clinically  Umited  in  scan  rate , 
ease  of  use  and  data  presentation.   The  two 
systems   employing    force    sensitive  inks 
showed  significant  hysteresis,  although  both 
plan  to  employ  software  algorithms  to  reduce 
this  problem.  The  FSA  was  superior  in  terms 
of  lower  creep  and  calibration  consistency. 
The    data    management   and  presentation 
features  of  the  FSA  were  rated  highly  by  the 
focus   group.       The   Tekscan  prototype 
exhibited  the  greatest  creep  and  was  found  to 
lose  calibration  when  subjected  to  shearing 
loads.     Both  FSA  and  Tekscan  exhibited 
significant  hammocking  effects,  the  extent  of 
which  depended  strongly  upon  the  type  of 
cushion  being  used.  The  focus  group  rated 
the  Tekscan  system  highly  for  improved 
spatial     resolution,     data  presentation, 
dynamic  display  and  recording  capabilities. 
Perhaps  the  most  dreunatic  and  disconcerting 
results   were   those   obtained   with  high 
pressure  sore  risk  wheelchair  users.  Each 
subject  was  asked  to  sit  on  1  of  4  cushions  in 
turn,  with  each  of  the  pressure  mapping 
systems  being  employed  to  determine  the  peak 
pressure.    The  variation  in  peak  pressure 
recorded  under  virtually  identical  conditions 
on,  for  example  the  foam  cushion,  for  a  given 
subject,  ranged  from  81  mm  Hg  using  the 
TSPE  to  173  mm  Hg  for  the  Tekscan  system. 
It  is  possible  that  some  of  the  extreme 
differences  could  be  accommodated  using 
averaging  techniques  ( "smoothing" ) ,  but  the 
variations  between  systems  would  still  remain 
high. 


These  observations  reinforce  concerns  that 
the  interpretation  of  pressure  measurements 
using  these  systems  should  at  best  be  Umited 
to  relative  comparison  between  similar 
support  surfaces.  They  should  not  be  used 
as  absolute  measures  for  risk  assessment 

ischemia  tolerance. 
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ABSTRACT 

Three-dimensional,  PC-based,  finite  element  models  of . 
the  human  buttocks  were  generated  for  able-bodied 
male  and  female  subjects  In  both  seated  antl  supine 
positionji.  A  force  propoi "  xial  to  each  subject's  weight 
was  applied  as  a  point-load  to  each  model.  Elastte 
foundation  boundary  co'sJitkjns  were  applied  to  the  soft 
tis^sue.  Displacements  o(  the  soft  tissue  under  the  right 
ischial  tuberosity  and  buttock-cushkxi  Literface  stresses 
cak:ulated  from  the  model  were  acceptable  when 
compared  with  their  experimentally  determined 
counterparts.  Internal  stresses  ctoser  to  the  Ischial 
tuberosity,  whteh  could  not  be  measured  experimentally, 
were  calculated  to  be  larger  than  those  at  the  buttock- 
cushion  interface. 

BACKGROUND 

Development  of  decubitus  uteers  is  a  serious  problem  for 
those  who  are  wheelchair  bound,  pattteulariy  paraplegics 
and  quadriplegics.  While  the  first  Indfcatton  o(  an  ulcer 
Is  redness  on  the  skin  surface,  there  Is  surgical  evidence 
that  ulcers  form  Internally  and  spread  toward  the  surface 
of  the  skin.  Developers  of  wheelchair  cushkxw  make 
use  of  i.Tterface  pressures  behveen  the  buttocks  and  the 
cushion  when  designing  to  relieve  pressure.  There  Is 
limited  informatk)n  available  relating  Interface  pressures 
to  the  internal  pressures  at  the  sites  of  decubiti 
formation. 

The  purpose  of  this  research  was  1)  to  show  that  a  finite 
element  model  could  be  developed  which  gave  results 
consistent  wfth  experimental  data  and  2)  to  begin  to 
relate  interface  pressures  to  Internal  pressures. 

METHOD 

Modeling  the  human  body  can  be  quite  complex.  To 
minimize  the  complexity  d  the  model,  only  a  portion  of 
the  right  buttock  around  the  ischial  tutMrosity  was 
included  in  the  model.  Two  subjects  were  used  In  this 
study:  an  able-bodied  male  of  mass  74  kg  arxl  an  able- 
bodied  female  of  mass  58  kg.  Models  were  created  for 
each  subject  to  represent  seated  and  supine  posittons 
on  a  contoured  cushton.  To  develop  a  finita  element 
model,  geometry  of  the  stmcture  must  be  defined, 
material  properties  determined,  and  k>ading  and 
txiundary  conditkxis  estat>lished. 

Geometry 

With  the  exceptton  of  the  cushton  Itself,  the  geometry  in 
this  case  consisted  of  the  anatomk»l  dimenskxis  of  the 
right  Ischial  tuberosity  and  surrounding  soft  tissues. 
Nuclear  Magnetic  Resonance  Imaging  (MRI)  was  used  to 
determine  these  dimensk>ns.(1)  A  planar  sectk>n  of  the 
three-dlmensk>nal  model  of  the  male  subject  is  shown  in 


Figure  1.  Due  to  the  size  of  the  tube  in  the  MRI  Imager, 
subjects  could  not  be  placed  In  a  seated  posltk>n. 
Material  properties  were  used  to  compensate  for  the  fact 
that  supine  geometry  was  used  in  both  seated  ar>d 
supine  positions. 

Material  Prooerties 

The  modulus  of  elasticity  and  Poisson's  ratk)  of  borw 
were  taken  from  the  literature.  An  experiment  was 
developed  to  determine  the  material  properties  of  the 
soft  tissue  for  each  subject  In  each  positkxi.  Details  of 
this  experiment  are  described  in  the  references.(2) 
Material  properties  of  the  cushkm  were  determined  using 
load-deflection  tosts.(2),(3)  The  values  of  the  material 
properties  used  In  the  models  are  given  In  Table  1. 

Loading 

The  toading  applied  to  each  model  was  taken  as  a 
percentage  of  the  subject's  total  body  weight  For  an 
average  male  In  the  supine  positton,  the  right  pelvis 
represents  6.7%  of  the  total  body  weight;  in  the  seated 
position,  the  fcwdlng  on  the  right  Ischial  tuberosity  is 
29.2%  of  the  total  body  weight.  For  an  average  female 
in  the  supine  positton,  the  right  pelvis  represents  a6%  of 
the  total  body  weight;  In  the  seated  posWon,  the  loading 
on  the  right  Ischial  tuberosity  Is  29.7%  of  the  total  body 
welght(3)  In  each  case,  the  weight  was  applied  to  the 
model  as  a  point  toad  acting  on  the  Ischial  tuberosity. 
The  forces  used  for  ksading  are  given  In  Table  2. 

Boundan/  Conditions 

The  model  was  constrained  at  several  tocattons.  A 
symmetry  conditton,  eliminating  horizontal  mOOon,  was 
placed  on  the  right  edge  of  the  rrwdel  to  represent 
bilateral  symmetry.  The  bottom  edge  of  tfiecushton  was 
constrained  against  verttoal  mottoa  The  front  arxl  t>ack 
faces  of  the  model  were  constrained  to  reduce 
complexity.  The  top  surfaces  of  the  soft  tissue  were 
constrained  by  elastic  foundattons.  K  Is  beyond  the 
scope  of  this  paper  to  go  Into  the  tnathematteal  details 
of  an  elastfc  foundatton.  The  Interested  reader  Is 
refen-ed  to  the  literature  for  more  detall.(2)  Material 
properties  of  the  etastto  foundattons  are  listed  in  Table  1 . 
The  rrxxtol  was  generated  with  a  PC-based  flnfte  element 
program  called  PRIMEQEN™.  The  model  o»  the  male 
subject  consisted  of  2029  nodes  and  1008  eight-node 
linear  brick  elements.  The  model  of  the  female  subject 
consisted  of  2053  nodes  and  1008  eight-node  linear 
brick  elements. 

RESULTS 

Model  Veriflcatton 

The  finfte  element  models  were  verified  by  comparing  tt>e 
displacements  catoulated  in  the  supine  positton  with 
those  dotemilned  experimentally  wKh  the  MRI.  Also,  the 
stresses  catoulated  at  the  boundary  of  the  soft  tissue 
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and  the  cushion  were  compared  with  the  Interlace 
pressures  measured  with  the  Oxford  Pressure  Monitor. 
The  diSF>lacement  values  are  listed  In  Table  3.  The 
stresses  are  given  In  Table  4. 

Interface  and  Internal  Stresses 
Stress  contour  plots  show  the  change  In  stress  through 
the  soft  tissue  from  the  buttock-cushion  Interface  to  the 
Ischial  tuberosity.  An  example  cH  these  plots  for  the  male 
subject  in  the  supine  position  Is  shown  in  Figures  2  and 
3  for  two  different  stress  ranges.  The  stress  values  for 
the  different  loading  cases  are  given  in  Table  5. 

DISCUSSION 

Model  Verification 

The  computationally  and  experimentally  determined 
values  for  deflection  of  tissue  under  the  ischial  tuberosity 
are  in  atcellent  agreement  for  the  male  subject,  but  there 
is  a  100%  error  for  the  female  subject.  Unfortunately,  the 
MRl  does  not  provide  any  .vay  to  mark  ttie  anterior- 
posterkx  positkm  of  a  sitee.  There  nray  be  some 
discrepancy  between  the  slice  that  was  used  to 
dotermlne  experimental  deflection  and  the  model  cross- 
section  used  to  detennlne  the  computattonal  deflection. 

The  difference  between  computed  stress  and  measured 
pressure  was  1000  Pa  and  1300  Pa  for  the  male  and 
female  subjects,  respectively,  which  gives  between  a  21 
and  38  %  en-or.  While  this  en-or  appears  to  be  large, 
1000  Pa  Is  equivalent  to  7.5  mm  Hg.  Readings  on  the 
Oxford  Pressure  Monitor  are  only  accurate  to  within  4 
mm  Hg. 

Interface  and  Internal  Stresses 
Table  5  shows  a  dramatic  difference  of  greater  than  an 
order  of  magnitude  between  the  minimum  principal 
stresses  at  the  buttock-cushion  Interface  and  the  soft 
tissue  surrounding  the  Ischial  tuberosity.  The  high 
stresses  surrounding  the  tuberosity  may  be  an  artifact  of 
toading  the  model  with  a  concentrated  point  force. 
However,  this  increase  In  stress  at  the  Internal  tissues 
bears  further  irTvestigatk>n. 
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Figure  1.  Planar  sectkxi  of  the  three-dimensional 
model  of  the  male  subject. 


Table  1.  Material  Properties  used  In  Models 


1  Material 

E(Pa) 

V 

I  Bone 

17.  X  10» 

0.31 

1  Cushkxi 

10.2x10" 

0.1 

1  Female  Elastic 
\  Foundalkm 

110X  Iff" 

0.49 

1    Male  Elastk: 
\  Fourxlatkxi 

120  X  Iff" 

0.49 

1   Male  Seated 
\    Soft  Tissue 

64.8  X  10' 

0.49 

1   Male  Supine 
1    Soft  Tissue 

15.2x10" 

0.49 

1  Female  Seated 
1    Soft  Tissue 

47.5  X  Iff" 

0.49 

1  Female  Supine 
1    Soft  Tissue 

11.9  X  Iff" 

0.49 

Table  2.  Loads  Applied  to  the  Various  Models  (N) 


Load 

Male  Supine 

48.4 

1        Male  Seated 

211.0 

Female  Supine 

48.5 

1       Female  Seated 

167.5 
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1 — 

PRIMEQEN™ 

MRI 

Male  Supine 

1.7 

1.7 

Male  Seated 

5.0 

not  available 

Female  Supine 

1.9 

3.9 

1  Female  Seated 

6.4 

not  availatjie 

^von  MiM* 

Oxford 
Pressure 
Monitor 

Male 
Supine 

5100 

4600 

4100 

Male 
1  Seated 

25300 

37200 

not 
available 

1  Female 
1  Supine 

4100 

3100 

2800 

j  Female 
j  Seated 

19800 

21400 

not 
available 

Figure  2.  Minimum  compressive  stress  for  male 
subject  In  supine  position,  range  0  to  -10.  N/cm^. 


1 


Figure  3.  Minimum  compressive  stress  for  male 
subject  In  supine  position,  range  0  to  -2.  N/cnf . 


Interface 

Ischial 
Tuberosity 

Male  Seated 

-25300 

-160000 

Male  Supine 

-5100 

-100000 

Female  Seated 

-19800 

•480000 

Female  Supine 

■410O 

-130CC0 

224 


RESNA  Internationar92  •  June  6-11,  1992 

23j 


FNS  Knee  Extension  Exerdse  In  Paraplegia:  Factors  Associated  With 
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Abstract 

PNS  can  impiwve  Joint  stability  and  limb  movement  in 
Sa  when  muscle  force  production  meets  functional 
demands  and  is  fatigue  resistant  (PR).  The  purpose  of 
this  poster  is  to  present  outcomes  of  PNS  exercise 
designed  to  improve  both  knee  extension  moment 
(KEM)  and  FR  in  sa.  KEM  and  position  (isokinetic 
system)  were  sampled  by  an  IBM  PC/AT.  ES  for 
laboratory  trials  was  generated  by  the  IBM.  ES  for 
home  use  was  provided  by  a  programmable,  portable 
stimulator.  Subjects  performed  a  daily,  home  FNS 
program  and  a  laboratory  protocol  2x/wk  for  work 
goal-oriented  PNS.  Qosed  loop  ES  was  programmed  to 
maintain  the  target  PNS  moment,  and  exerdse  on  each 
visit  was  completed  when  the  KB  work  performance 
exceeded  the  previous  session.  Qosed  loop  ES  fatigue 
curves  (maximimi  contraction  over  40  KE,  60  deg/S) 
and  work  performance  indicated  both  an  increase  in 
KEM  and  PR.  A  reduction  in  spasticity  (documented  as 
resistance  to  passive  knee  motion  15-230  deg/S]) 
contributed  to  improved  KB.  Combined  volitional  and 
PNS  exerdse  produced  greater  peak  KEM  than  did 
either  mode  of  exercise  alone. 

Introduction 

Electrical  stimulation  can  be  used  to  augment  Joint 
stability  aivd  to  create  limb  movement  when  force 
production  is  adequate  and  the  quality  of  contraction 
is  repeatoble  over  time.  Efforts  to  "strengthen"  musdes 
weakened  by  spinal  cord  injury  (SCI)  with  functional 
neuromuscular  stimulation  (FNS)  have  been 
confounded  by  altered  motor  unit  recruitment,  early 
fatigue  and  spastidty.  Although  previous  investigators 
have  demoiwtrated  an  improvement  in  electrically 
stimulated  (ES)  fatigue  resistance  as  a  result  of  FNS 
exercise,  clinically  significant  increases  in  peak  moment, 
or  force  generation,  have  not  been  consistently 
demoiutrated  (1-4). 

ES  activation  of  large  musde  groups,  such  as  the 
quadriceps,  is  critical  to  the  success  of  FNS  transfer  and 
walking  protocols  for  SCI  patients.  Based  upon  the 
musde  force  generation  requirements  for  standing  and 
walking  in  healthy  individuals,  it  is  reasonable  to 
expect  that  approximately  40%  of  normal  knee 
extension  force  would  be  needed  to  support  FNS 
activity.(5,6)  In  view  of  the  lower  force  generation 
capability  during  Joint  motion,  when  compared  to 
isonnetric  musde  contractions,  the  estimated  40% 
should  reference  a  shortening  and/or  lengthening 
musde  contraction. 

The  purpose  c5  this  report  is  to  present  the  outcomes 
of  an  FNS  knee  extension  exerdse  (KE)  protocol  in  8 
SCI  subjects  and  to  emphasize  the  factors  associated 
with  improvement  in  force  production  and  repeatability 
of  muscle  performance.  3  patients  arc  highlighted  to 


illustrate  patient  diversity  in  seiMory,  motor  and 
reflexive  status  and  response  to  FNS  exercise. 

Methods 

Subjects:  Eight  paraplegic  patients  partidpated  in  the 
FNS  exercise  protocol.  All  subjects  lacked  volitional 
control  of  the  experimental  limb.  Six  were  complete 
and  two  were  incomplete  SQ  (T4-T10). 

Laboratory  iiwtrtimentatioa-  An  isokinetic  exerdse 
device  (UdoActive  Loredan  Biomedical)  measured 
angular  position,  vdodty  and  mon^ent  during  knee 
exercise.  Aiudog  signals  were  sampled  by  an  IBM 
PC/AT  system  for  calibration,  gravity  compensation 
and  data  acquisition.  ES  was  generated  by  a  printed 
circuit  board  in  the  IBM  system.  Asymrnetrlcal 
biphasic  pulses  (350  uS,  33  pps)  were  used.  Amplltade 
modulation  was  employed  during  dosed  loop  exerdse 
to  maintain  knee  extension  moment  (KEM)  within  +2 
Nm  of  the  target.  Self-adhearing  electrodes  (Pals  Flex, 
Axelgaard  Mfg.)  were  employ«i  for  laboratory  and 
home  use  (3x5  cm).  Home  stimulation:  A  portable, 
eight  chaiuwl  ES  system  provided  asymmetrical  or 
symmetrical  biphasic  pulses  (300-350  uS,  33-100  pps)  at 
0-150  mA.  Pulse  width  and/or  pulse  amplltade 
modulation  were  available  for  ramping  up  or  down. 
Duty  cycle  and  ramp  (1-200  pulses)  were 
programmable. 

Procedure:  SCI  subjects  exerdsed  with  ES  for  2 
hours/day  at  home  and  came  to  the  laboratory  two  or 
three  times  weekly  (8-12  weeks)  for  work-goal  oriented 
exercise.  During  laboratory  exerdse,  KEM  provided 
feedback  for  stimulus  amplitude  adjustment  to 
maintain  the  target  force  production.  Knee  range  of 
motion  was  limited  to  10«)  degrees.  Laboratory  ES 
exercise  was  continued  on  each  visit  imtil  the  KE  work 
performed  exceeded  the  previous  exerdse  session. 

Repeated  measurement  of  peak  KEM,  work  production 
and  fatiguability  documented  change.  Qosed-loop  ES 
fatigue  ctirves  (maximimi  contraction  over  40  knee 
extensions,  60  deg/scc)  demonstrated  peak  KEM  and 
several  indices  of  fatigue.  Maximum  work  performed 
prior  to  fatigue  was  considered  in  relation  to  the 
resistance  to  passive  knee  motion  (5-230  deg/sec)  on 
the  same  test  day. 

Results 

Peak  KEM,  total  work  performed  and  fatigue  resistance 
improved  significantly  as  a  result  of  the  FNS  exerdse 
protocol  (p<.01).  Although  subjects  varied  in  body  size 
and  gender,  all  but  one  subject  achieved  greater  than 
40%  of  predicted  isokinetic  knee  extension  peak 
moment  at  60  deg/sec.  IniprovenKnts  in  peak  KEM 
were  assodated  with  a  reduction  in  interfering 


RESNA  International  ^  •  June  6-11, 1992  225 


ERIC 


FNS  Knee  Extension  Force  and  Work  Gains 


hamstring  spasticity  and  with  the  ability  to  utilize 
greater  current  intensity  as  joint  crepitus  and  spasticity 
diminished  over  the  weeks  of  FNS  exercise. 

Alterations  in  FNS  muscle  performance  during  the  ES 
protocol  varied  among  subjects  as  a  result  of 
differences  in  sensory  and  reflexive  status.  3  subjects 
were  chosen  to  demonstrate  variability  in  FNS 
responses.  The  first  was  a  T6  complete  paraplegic  with 
no  sensation  or  motor  control  in  the  lower  limbs.  At  17 
years  after  SCI,  spasticity  was  present  but  did  not  limit 
passive  knee  movement  or  interfere  with  ES  knee 
motion. 


Subject  1 

Pre  FNS 

Post  FNS 

Peak  Moment 

50 

65 

Nm 

Total  Work  (Nm-deg) 

40  reps 

722 

1182 

75  reps 

1078 

2511 

%  Peak  Moment 

Rep7 

90 

98 

Rep  40 

28 

46 

#  Reps  to  50%  Peak  KEM 

26 

38 

Improvement  in  peak  KEM  and  work  values  were 
associated  with  the  use  of  greater  stimulus  amplitude 
as  knee  crepitus  decreased  (Fig  1). 


Fig  1.  KE  recruitment  curves  (60  deg/S).  l=pre  FNS,  4=end 
FNS.  Reduced  knee  crepitus  permitted  higher  amplitude 
(>150  mA).  The  shift  to  the  right  by  3  weeks  (2-2)  may  renect 
reduced  quadriceps  spasticity. 

Subject  2  was  a  TIO  incomplete  paraplegic  with 
severely  impaired  sensation  and  no  motor  control.  At 
18  years  after  SQ,  moderate  spasticity  interfered  with 
function  and  limited  knee  movement.  Daily  change  in 
spasticity  contributed  to  marked  differences  in  muscle 
performance  in  the  early  weeks  of  FNS  exercise.  The 
magnitude  of  day  to  day  fluctuation  diminished  over 
time  (Fig  2).  Improvement  in  ES  peak  moment  and 
work  values  was  associated  with  improved  knee 
crepitus  and  the  use  of  greater  stimulus  intensity  as 
well  as  reduced  interference  from  quadriceps  and 
liamstring  spasticity. 
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Subject  2 

Pre  FNS 

Post  FNS 

Peak  Moment  tNm) 

24 

Total  Work  (Nm-deg) 

40  reps 

424 

1291 

75  reps 

632 

2124 

%  Peak  Moment 

Rep  7 

77 

93 

Rep  40 

72 

57 

#  Reps  to  50% 

Peak  Moment 

26 

38 

Fig.  2.  A.  Pre  FNS:  quadriceps  spasticity  documented  as 
KEM  during  passive  knee  flexion  (5  dcg/S).  Hamstring 
spasticity  seen  as  flexion  moments  during  KE.  70/539  KE 
repetitions  altered  by  spasticity  during  FNS  exercise.  B.  Post 
FNS;  spasticity  minimal  (5  dcg/S)  and  1/462  KE  repctilions 
altered  by  spasticity. 
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Subject  3  became  a  TIO  incomplete  SCI  12  years  ago. 
She  retained  almost  normal  sensation  but  no  motor 
control  in  the  experimental  (left)  lower  limb.  Spasticity 
was  mild.  Discomfort  was  a  major  limiting  factor  in 
FNS  force  production.  Pulse  width  was  adjusted  to 
begin  ramping  at  100  uS  (vs  10  uS)  and  pulse  repetition 
rate  (ppr)  was  increased  to  50  pps  to  improve  comfort. 
Mental  effort  to  assist  FNS  knee  extension  improved 
current  tolerance.   


Subject  3;  I- 
No  vol  motor 
+  sensation 

Pre  FNS 

Post  FNS 

Peak  Moment  (Nm) 

21 

42 

Total  Work  (Nm-deg) 
40  reps 
75  reps 

437 
Unable 

949 
2066 

%  Peak  Moment 
Rep  7 
Rep  40 

76 
50 

82 
69 

i 

\ 

! 

TvJS  exerdse  was  also  used  in  this  subject's  right  leg  in 
Arhich  she  had  minimal  quadriceps  control  (Trace)  and 
mpaired  sensation.  She  could  activate  spasticity  to 
augment  her  trace  muscle.  Voluntary  effort  combined 
ivith  ES  improved  her  muscle  performance. 

Subject  3:  R 
Trace  motor, 
-  sensation 

Pre  FNS 

Post  FNS 

Peak  Moment  (Nm) 
Vol 

ES  (Max  tol) 
Vol  +  ES 

12 
22 
37 

16 
44 
69 

Total  Work  (Nm-deg) 
Vol  +  ES 
40  reps 
75  reps 

484 
495 

1483 
1943 

%  Peak  Moment 
Vol  +  ES 
Rep  7 
Rep  40 

70 
31 

90 
38 

Discussion 

The  diversity  demonstrated  in  this  sample  is  reflective 
of  the  clinical  findings  in  SCI.  If  the  scope  of 
therapeutic  and  functional  electrical  stimulation  is  to  be 
expanded  to  include  the  large  number  of  incomplete 
patients,  the  uniqueness  of  each  patient  must  be 
appreciated.      All  subjects  improved  in  muscle 
performance  as  a  result  of  the  FNS  protocol.  Improved 
fatigue  resistance  was  reflected  in  the  nwintenance  of 
knee  extension  moment  over  a  greater  number  of 
muscle  contractions.  Subjects  were  able  to  maintain 
useful  knee  extension  force  for  up  to  600  repetitions  at 
a  rate  that  simulates  the  normal  gait  cycle  duration 
(rest  interval  of  1.5  seconds).     The  consistent 
improvement  in  force  maintenance  over  the  first  7 
repetitions  may  reflect  a  shift  toward  a  more  oxidative 
profile  as  a  result  of  the  FNS  protocol.  Reduction  of 
interfering  spasticity  contributed  to  Improved  peak 
moments  and  work,  as  well  as  reliability  of  FNS  muscle 
contraction.  Increased  peak  knee  extension  force  also 


was  associated  with  reduced  knee  symptoms  and 
increased  investigator  comfort  in  applying  greater 
stimulus  intensities.  This  is  in  contrast  to  study 
designs  in  which  peak  moment  limits  are  pre- 
determined for  this  osteoporotic  patient  group.  The 
stimulus  modifications  necessary  to  make  stimulation 
tolerable  to  patients  with  seiwation  are  noteworthy. 
The  majority  of  SCI,  and  other,  patients  retain  some 
sensation.  The  ability  to  select  ramp  strategies,  prr  and 
pulse  duration  is  critical  to  success.  Minimal  volitional 
muscle  contraction  may  be  useful  in  combination  with 
FNS  to  augment  the  incomplete  patient's  muscle 
performance. 

Conclusion 

The  closed-loop,  work-goal  exerdse  regiitwn  used  in 
this  project,  combined  with  a  sub-maximal,  home 
exercise  protocol  resulted  in  both  increased  peak  KEM 
and  fatigue  resistance.  The  improvements  were  both 
statistically  and  clinically  significant  when  referenced 
to  daily  functional  demands.  The  success  of  FNS 
protocols  is  contingent  upon  comfort  of  the  exerdse  for 
patients  with  sensation.  These  findings  have 
application  to  the  rehabilitation  of  SQ  patients  and  to 
the  use  of  FNS  systems  for  limb  function. 
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Abstract:  The  "Cochlear  Mini-22"  channel  implantable 
coehleor  stimulator  (Cochlear  Pty.  Ltd. .  Nucleus  Group 
Lane  Cove.  N.S.W..  Australia)  has  been  modified  Into  a 
functional  electrical  stimulator  ("Nucleus FES-22" )  by 
re-engineering  and  computer  programming.  Initially  in 
1 965.  it  was  used  for  animal  testing;  then  in  1 99 1  it 
was  redesigned  for  human  implantation  to  stimulate 
upper  orlower  extremity  motor-nerves.  The 
implantable  radio-receiver  has  connector  ports  for  each 
of  the  22  peripheral  connector  leads  and  electrodes. 
lndivl*J3l  or  multiple  channels  can  be  sequenced  and 
adjusted  for  their  individual  pulse  amplitude,  width  and 
frequency  so  allowing  activation  of  single  and/or 
multiple  motor-nerves.  The  U.S.  Food  and  Drug 
Administration  has  given  an  investigational  device 
exemption  to  allow  this  system  to  be  implanted  in  a 
paraplegic  subject  for  bilateral  lower  extremity 
stimulation,  in  November  1991  .a  22 year  old 
paraplegic  male  was  implanted  with  the  system ;  the 
individual  channel-electrode-nerve  thresholds  and 
maximum  levels  for  each  muscles  contractions  have  been 
measured.  These  responses  will  be  studied  monthly  for 
the  first  6  months,  before  exercising  and  functional  limb 
movements  will  be  attempted. 

Introduction 

SlnceKantrowlt2(7)in  1963  was  able  to  raise  a 
paraplegic  subject  Into  a  standing  position  using  FES 
through  surface  electrodes  applied  to  the  quadriceps 
muscles,  problems  of  spastic  reflexes  initiated  by  skin 
surface  stimulation  and  the  lack  of  specificity  plus  the 
inabilify  to  penetrate  to  deep  muscles  in  paraplegic 
subjects  have  been  overcome  by  implanting  stimulating 
electrodes  directly  onto  peripheral  nerves  ( 10. 5. 2)  or 
using  deeply  placed  percutaneous  wire  electrodes  to 
muscle  motor  points  (9).  in  1970Willemonetal.  (10) 
implanted  epineural  cuff  electrodes  onto  the  femoral  and 
inferior  gluteal  nerves  in  a  complete  T-5  paraplegic 
subject  who  was  able  to  stand  in  the  erect  posture  I  n 
1972.  Davis  and  Gesink  ( 5)  implanted  a  T-5  paraplegic 
subject  with  bilateral  peroneol  nerve  stimulators  fitted 
with  exercise  groups  increased  In  circumference  by 
24S5.  in  1973.  Cooper  etal.  (2)  Implanted  electrodes 
onto  the  femoral  and  sciatic  nerves  In  a  T  - 11  paraplegic 
to  achieve  walker  assisted  gait  up  to  40  feet.  Brindley  et 
al.  ( 1 )  in  1 978  was  able  to  produce  standing  with 
crutches  and  "swing  through"  gait  through  a  series  of 
radio  receiver-stimulating  systems,  Thoma  et  al.  ( 6) 
implanted  a  radio  linked  l6-channel  stimulator  in  4 
paraplegic  patients  In  1983.  Following  the  training 
period  the  4  subjects  could  walk  100  meters  and  stand 
for  20  minutes,  Marsolais  et  al.  ( 9)  uses  percutaneous 
wi  re  electrodes  to  del  Iver  precise  patterns  of  sequenci  ng 
through  32  channels  of  stimulations  for  standing, 


walking,  and  stepping  for  stair  climbing;  6  of  their  15 
subjects  were  able  to  walk  up  to  250  meters.  As  a 
result,  we  were  encouraged  to  de-v'elop  an  Implantable 
22-channel  nerve  stimulating  system  ( "Nucleus  FES- 
22"  )  for  control  of  the  lower  extremities  in  the 
paraplegic  subject  (3.4). 

Method 

The  FES-22  stimulator  uses  the  same  2.5  Mhz  radio- 
frequency  (RF)  link  as  the  Mini-22  cochlear  Implant. 
This  provides  power  and  data  to  the  implant.  The  FES-22 
circuitry  consists  of  two  of  the  Integrated  circuits  used 
In  the  Minl-22  device.  These  circuits  are  connected  in 
parallel  to  provide  increased  output  current.  The 
Implant  case  is  cylindrical  with  a  diameter  of  80  mm  and 
thickness  of  30  mm.  It  is  made  of  molded  epoxy.  There 
are  22  sockets  around  the  periphery  for  connection  of  the 
electrode  leads. 

The  external  system  used  to  program  the  Implant 
is  also  similar  to  that  used  for  cochlear  prostheses.  An 
IBM  compatible  personal  computer  is  used  to  control 
stimulation.  The  computer  interfaces  with  a  wearable 
signal  processor  through  two  printed  circuit  boards  in 
the  computer  and  an  external  interface  box.  The 
wearable  signal  processor  is  a  cochlear  implant  speech 
processor  modified  for  Increased  RF  output.  Specialized 
software  has  been  written  to  measure  and  store  the 
muscle  name,  threshold  level,  maximum  stimulation 
level  and  desired  stimulation  level  for  each  electrode 
The  program  also  allows  for  ON/OFF  cycling  of  Individual 
electrodes  as  well  as  sequencing  of  combinations  of 
electrodes  .adjustments  can  be  made  for  their  Individual 
pulse  amplitude,  width  and  frequency.  The  maximum 
output  of  the  stimulator  is  4.30  miUiampere,  at  400 
msec  pulse  width  (balanced  pulse). 

A  22  year  old  male  was  rendered  completely  paraplegic 
in  an  ATY  accident  in  1 986.  He  underwent  a  conditioning 
program.  For  one  year  prior  to  the  implantation  he  has 
been  stimulatinq  the  quadriceps  and  the  peroneal  nerves 
bilaterally  with  stimulating  with  the  "Respond"  external 
stimulator  (Medtronic.  Inc..  Minneapolis. MN)  After 
several  weeks  of  slow  conditioning  his  muscle 
wntractlons  were  considered  quite  strong  end  as  a  result 
he  became  a  candidate  for  the  Implantation  of  tne  FES 
stimulator.  In  November  1991.  he  started  the  first  of  3 
opera  Ions  Which  were  spaced  2  weeks  apart  with  a  total 
operating  time  of  approximately  20  hours.  After  the 
wounds  had  healed  and  the  tissues  stabilized  he  was  tested 
through  the  radio  recalver  for  each  of  the  20  motor 
nerves  that  were  Implanted  with  the  electrodes  The 
testing  took  place  on  January  3, 1 992 
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There  were  20  out  of  the  22  available  electrode  lines 
implanted  on  1 0  nerves  in  each  lower  extremity  and  they 
were  placed  almost  symmetrically.  There  are  20X  60  cm 
connecting  leads  from  the  radio  receiver  down  to  the 
electrode  sites.  The  electrodes  had  various  lengths  of  lead 
to  connect  so  that  they  could  accurately  reach  the  nerve 
for  their  attachment.  The  nerves  were  not  disturbed  and 
were  not  dissected  If  possible.  The  2.5  mm  platinum  disc 
electrode  were  placed  on  the  surface  of  the  nerve  to 
obtain  the  best  thresholdand  maximum  responses.  The 
outer  silastic  rim  around  the  electrode  was  sutured  with 
6'0'  to  7'0'  nylon  sutures  to  the  adjacent  tissues.  The 
femoral  nerve  distribution,  as  well  as  the  sciatic  nerve 
distribution  were  relatively  easier  to  Implant  when 
compared  to  the  superior  and  Inferior  gluteal  nerves 
which  required  more  charge  to  in-tiate  a  muscle 
re^wnse. 

The  following  muscles  had  an  electrode  attached  to  their 
motor  nerve:  -  rectus  femorus,  the  3  quadrlcep  muscles, 
the  superior  and  inferior  gluteal  nerves,  the 
semimembranosus/tendinosus,  the  peroneal  and  tibial 
nerves. 

When  each  electrode  became  a  cathode  to  stimulate  the 
other  1 9  electrodes  became  the  anode  for  return  pathway 
of  the  current. 

Results 

The  surgical  procedure  was  considered  a  learning 
experience.  There  Is  at  this  time  no  Indication  of  any 
Infection.  The  blood  count  and  urine  were  examined  in 
the  laboratory  on  January  3. 1 992  without  any 
indication  of  infection.  At  the  first  operation  the  radio 
receiver  was  implanted  on  the  right  side  of  the  lower 
costal  margin  and  since  he  had  a  level  of  sensation  below 
this  he  was  anesthetized  for  the  first  procedure.  During 
the  first  procedure  the  femoral  nerves  and  their 
branches  were  implanted.  The  second  procedure  was  the 
implantation  of  the  right  posterior  nerves  including 

gluteal  and  sciatic  branches.  The  third  procedure  was  on 
the  left  lower  extremlly  with  similar  nerves  Implanted. 

The  threshold  of  stimulation  as  of  January  3 , 1 992 
showed  that  1 0  nerves  had  less  then  1  mA  as  their 
threshold  at  200  msec  pulse  width  stimulating  at  30 
pulses  per  second.  Three  nerves  had  thresholds  at  i  0  to 
1 .5  mA.  One  nerve  required  1 .90  mA,  another  nerve 
required  2.0  mA  and  5  nerves  required  between  3  end 
4.3  mA  to  initiate  their  movement.  These  were 
principally  the  gluteal  nerves  and  the  muscles 
thomcolvoc  wars  not  giving  a  vory  strong  rocponse  at  the 
time  of  surgery. 

For  maximum  contractions  the  current  levels  were  as 
follows.  Three  nerves  reached  their  maximum  at 
between  .55  end  1  mA.  Six  nerves  reached  their 
maximum  between  1 .0  and  2.0  mA.  Three  nerves  reached 
their  maximum  between  2.1  and  3.0.  Eight  nerves 
reached  their  maximum  between  3. 1  and  4.3  mA.  The 
electrodes  for  2  future  nerve  attachments  ere  In  place  in 
the  medial  thigh  and  this  will  be  a  decision  made  In  the 
next  year  as  to  whether  to  connect  them  to  the  obturator 


nerve. 

Discussion 

The  feasibility  pf  modifying  a  presently  widely  used 
Cochlear  Implant  into  a  fum. ;  -jnal  electrical  stimulator 
for  the  control  of  paralyzed  extremlti^  has  been 
attemoted.  The  surgical  procedure  so  far  appears 
practical.  It  will  be  Important  over  the  next  4  to  5 
months  to  know  that  the  electrodes  remain  In  close 
contact  with  the  nerves  and  that  the  thresholds  end 
maximum  values  are  maintained.  Quantitative 
msoourements  of  muscle  movement  and  strength  will  be 
obtained.  Also  further  use  of  pulse  width  will  be  done  to 
bring  weaker  muscles  into  stronger  contractions. 

Acknowledgements 

We  acknowledge  Mr.  Roger  Avery  of  Custom  Med  for  his 
work  on  the  electrodes.  The  initial  funding  for  the  animal 
work  was  provided  by  the  VAMROC,  Togus.  ME.  The 
animal  work  was  carried  out  at  the  VAMROC.  Togus.  ME. 
The  study  has  been  funded  by  the  Division  of 
Rehabilitation  Research  and  Engineering,  Veterans 
Administration.  Washington.  DC. 


References 

1 .  Brindley.  S. .  Polkely.  C. .  Rushton.  D.:  Electrlcsl 
Splinting  of  the  Knee  in  Paraplegia.  Paraplegia  16:428- 
435. 1979 

2.  Cooper.  E.B.,  Bunch,  W.  H.,Campa,J.  F.:  Effects  of 
Chronic  Human  Neuromuscalar  Stimulation.  Surg  Forum 
24:  477-479.1973 

3.  Davis. R,.Eckhouse.R,. Patrick. J,  F. . Deiehanty: 
Computer-Controlled 22-Channel Stimulator  for  L  imb 
Movement  Acta  Neuroch.  Suppl.  39::  1 1 7- 1 20. 1 987 

4.  Davis. R.. Eckhouse. R., Patrick. J. F.. Deiehanty. A.; 
Computerized  22-Channel  Stimulator  for  L  imb 
riomnent.kf'^X.  Neurophyslol.  50:444-448. 1987 

5.  Davis,  R..  Oeslnk.  J.  W.:  Evaluation  of  Electrical 
Stimulation  as  a  Treatment  for  the  Reduction  of 
Spasticity.  Bull  Proseth  Res:  302-309, 1974 

6.  Holle, J. .  Gruber ,  H. .  Fre/.  M. ,  Kern,  H. .  Stohn,  H. , 
Thoma,  H.:  Functional  Electrical  Stimulation  on 
Parspiegics.  Orthopedics  7: 1 45- 1 60 . 1 984 

7.  Kantrowltz.  A.:  Electronic  Physiologic  Aids.  A  Report 
of  the  Malmonldes  Hospital  of  Brooklyn.  NY:  1963 

8.  McNeel ,  D. ,  Waters,  R. ,  Reswlck.  J.:  Experience  with 
Implanted ElectrodK.  Neurosurg,  1:  228-229. 1977 

9.  narsoiais,  E.B..  Kooetic.  R.:  Development  of  a 
Practical  Electrical  Stimulation  System  for  Pestering 
Gait  in  the  Paralyzed  Patient  Clin  Orthop.  233:64-  74, 
Aug  1988 

1 0.  Wl  llemon ,  W.  K. .  Mooney .  V. ,  McNeel ,  D. .  Reswlck , 
J.:  Surgical  Implanted  Peripheral  Neuroelectric 
Stimulation.  Rencho  Los  Amigos  Hospital .  Los  Angeles, 
Internal  Report.  1970 

Ross  Davis,  M.D. 
Kennebec  Valle/  Medical  Center 
55  Middle  Street 
Augusta.  Maine  04330 


RESNA  International  ^  •  June  6-11,  1992 


229 


13.3 


The  Use  of  a  Powered  Orthotic  Device  to  Aid  Individuals  with  a  Loss  of  Bipedal 
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ABSTRACT 

A  recent  study  of  the  current  methods  to  restore 
gait  to  patients  suffering  from  permanent  below 
waist  paralysis  indicates  the  majority  of  biome- 
chanical  research  for  below  waist  paralysis  can  be 
characterized  into  two  areas:  functional  neuro- 
muscular stimulation  (FNS),  and  mechanical  syn- 
thesis type  devices.  This  paper  is  the  description 
of  a  powered  exoskeleton  that  provides  a  C2I  with 
bipedal  locomotion.  The  synthesis  of  the  mech- 
anism plus  the  determination  of  an  "acceptable 
gait"  is  described. 

NOMENCLATURE 

T'  —    %  of  cycle  from  standing  to  heet  $trike 

%  of  cycle  from  heel  Hrike  to  itanding 

°Hip        =  angle  of  the  thigh  relative  to 
the  torso. 

°Knee      =  angle  of  the  shank  relative  to 
the  torso. 

^°Hir     =  maximum  rotation  angle  of  the 
thigh  relative  to  the  torso. 

INTRODUCTION 

To  test  the  potential  of  lightweight,  power  jissisted 
orthotic  devices  to  aid  individuals  with  a  loss  of 
bipedal  locomotion,  a  prototype  device  was  con- 
structed that  provides  both  powered  hip  and  knee 
flexion.  The  powered  gait  orthosis  (PGO)  was 
tested  to  determine  if: 

A)  A  lightweight  PGO  was  technically  feasible 
from  the  power/energy  requirement. 

B)  A  paraplegic  or  quadraplegic  would  be  able  to 
ambulate  with  minimal  or  no  external  assistance. 

C)  A  PGO  would  be  economically  viable. 

The  design  of  the  mechanical/electriral  portion 
of  the  problem  required  quantification  of  what 
type  device  was  needed  for  the  range  of  injury, 
patient  skill,  etc.  Rehabilitation  physicians  and 
physical  therapists  interviewed  paraplegics  and 
quadraplegics  to  establish  the  minimal  external 
assistance  needed  to  help  them  walk.  It  was  de- 
termined that  an  orthotic  device  providing  the 
power  to  move  the  leg  through  the  step  would 
remove  a  signficant  barrier  to  bipedal  locomotion. 
Because  external  support  was  provided,  an  active 


control  system  to  balance  the  user  weis  not  needed. 
This  enabled  the  investigators  to  concentrate  on 
the  design  and  juialysis  of  a  powered  gait  ortho- 
sis (PGO)  capable  of  walking  jui  individual  on  a 
smooth,  level  surface.  The  power  requirements 
needed  were  based  on  the  power  exerted  by  jui 
individual  during  normal  walking  (1).  Although 
the  investigators  realized  that  a  PGO  would  prob- 
ably require  more  energy  from  the  power  source, 
a  Ni-cad  battery  for  this  prototype,  this  assump- 
tion was  used  to  establish  a  minimal  output  power 
requirement  for  the  device. 

Patients  selected  for  the  study  had  veistly  different 
injuries.  A  brief  summary  of  a  particular  patient 
is  cis  follows: 

Subject  II  is  a  20  year  old  male.  He  is  a  C2  incom- 
plete quadriplegic  secondary  to  a  diving  accident 
that  occured  in  1986.  He  also  suffered  a  head  in- 
jury that  impared  his  cognition.  His  motivation 
Wcis  excellent  and  he  had  previously  been  mini- 
mally successful  with  the  RGO. 

To  synthesize  a  mechanism  that  would  provide  the 
desired  walking  motion,  first  an  acceptable  gait 
was  needed  from  which  a  function  could  be  de- 
termined. First  examine  "normal"  walking  where 
normal  walking  is  defined  by  Inman  (2)  as  "The 
term  walking  is  nonspecific.  Its  connotation  is 
that  of  a  cyclic  pattern  of  bodily  movements  that 
is  repeated  over  and  over,  step  after  step.  Conse- 
quently, descriptions  of  walking  customarily  deal 
with  what  happens  in  the  course  of  just  one  cy- 
cle, with  the  assumption  that  successive  cycles  are 
all  about  the  same."  Figure  2  shows  the  hip  angle 
and  shank  angle  versus  the  percent  of  the  cycle  for 
an  adult  male.  It  was  shown  by  Townsend,  et-al 
(3)  that  walking  can  be  represented  by  a  periodic 
function  that  is  the  sum  of  polynomial  and  Fourier 
series.  A  Fourier  series  was  used  to  define  the  hip 
angle  versus  percent  of  cycle  as  shown  in  Figure 
2.  Although  normal  gait  can  be  represented  by  a 
function  no  technical  definition  of  an  acceptable 
gait  function  for  a  paraplegic  was  available,  how- 
ever, Riegel,  et-al  (4)  proposed  a  rather  loose  tech- 
nical definition  of  gait  as  "anything  that  worked." 
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Because  the  goal  is  to  help  a  paraplegic  regain 
bipedal  locomotion,  both  patient  and  physician 
will  accept  most  any  gait  that  is  safe  and  moves 
the  patient,  however  this  definition  is  not  sufficent 
for  the  purpose  of  kinematic  synthesis.  By  exam- 
ining traditional  patient  powered  orthoses,  mini- 
mal kinematic  parameters  were  determined.  The 
three  degree  of  freedom  hip  joint  and  six  degree- 
of-freedom  knee  joint  of  the  human  body  could 
each  be  constrained  to  a  one  degree-of-freedom 
joint  and  still  approximate  normal  walking.  The 
orthosis  has  revolute  joints  at  both  the  hip  and 
knee  with  their  axes  of  rotation  normal  to  the 
sagittal  plane.  In  the  sagittal  plane  there  are  three 
important  parameters  of  the  gait  to  be  emulated. 
They  cire: 

•  The  time  ratio  of  the  gait,  TRc- 

•  ABhip,  the  magnitude  of  the  rotation  of  the  hip 
relative  to  the  torso. 

•  Foot  trajectory  (path)  in  the  sagittal  plane  (th-; 
foot  is  rigidly  attached  to  the  shank  and  does  not 
rotate  relative  to  the  shank). 

The  biomechanical  implication  of  the  time  ratio 
of  the  gait,  denoted  as  TRc,  is  the  ratio  of  the 
time  the  foot  is  unsupported  to  the  time  the  foot 
is  in  contact  with  the  floor.  Experimental  results 
from  six  adult  males  walking  at  various  speeds 
were  used  to  establish  initial  time  ratio  ranges. 
The  tests  had  time  ratios  that  varied  from  0.98  to 
1.27. 

Although  normal  walking  varies  from  individual 
to  individual  and  there  is  not  one  correct  function 
for  a  group  or  even  an  individual  the  time  ratio, 
A^Hip,  and  foot  trajectory  can  be  viewed  as  an  in- 
variant during  the  initial  design  phase.  To  design 
the  PGO  first  examine  the  plot  of  the  hip  angle 
{6Hip)  versus  the  percent  of  cycle  shown  in  Figure 
2.  The  Fourier  series  used  to  approximate  both 
the  hip  and  knee  are 


- 19.04  sin(2irX)  +  2,22  sin(4irX) 
-0.98  sin(6irX)  +  0.59  sin(8irX) 


(2) 


and 


293.50°-  18.18cos(27rX)-2.74cos(47rX) 
-0.67cos(67rX)  -  0.94cO8(87rX) 
+0.16co8(10irX)+  10.0968in(2irX) 
-5.28sin(47rX)  +  1.43  sin(6irX) 
-0.98sin(87rX)  +  1.46sin(107rX)  (1) 

=    271.45°-  8.07cos(2irX)  +  6.79cos(45rX) 
-3.86cos(6irX)  +  2.22  cos(8irX) 


where  0.00  <  X  <  1.00.  Time  ratios  observed 
from  experimental  data  (5)  ranged  from  0.84  to 
1.27  and  A^Hip  ranged  from  30°  to  54°.  The 
gait  function  to  be  emulated  was  determined  from 
experimental  data  obtained  using  instrumented 
linkages  from  "normal"  walking  in  a  controlled 
environment  (5,6). 

In  normal  walking  the  individual  starts  in  a 
monopedal  period.  Once  each  leg  has  completed  a 
cycle  the  individual  is  now  in  bipedal  motion.  The 
user  of  the  PGO  starts  in  a  monopedal  motion 
with  both  feet  together,  takes  one  step,  moves  the 
stability  aid  (crutches  or  walker)  and  then  moves 
the  other  leg.  Therefore,  as  the  individual  walks 
using  the  PGO,  they  have  both  feet  together  at 
the  beginning  and  the  end  of  each  step.  This 
motion  is  a  combination  of  the  monopedal  and 
bipedal  phase  and  requires  an  increased  pelvic  lift 
so  the  foot  will  clear  the  floor.  The  energy  expen- 
diture for  this  form  of  modified  walking  is  greater 
than  "normal"  walking  even  though  all  energy  to 
move  the  lower  limbs  is  provided  by  the  PGO. 

CONCLUSIONS 

A  C2I  quadriplegic  tested  the  PGO.  A  200  watt 
motor  with  an  output  velocity  of  17.5  RPM  was 
sufficient  to  power  the  hip  and  knee.  The  provided 
a  maximum  gait  speed  of  17.5  steps/minute.  The 
peak  power  measured  was  91  watts.  The  aver- 
age walking  speed  of  the  user  in  the  PGO  is  12 
steps/min.  (each  step  is  0.3  m).  The  normal  walk- 
ing speed  of  the  same  size  person  is  60  steps/min 
to  90  steps/min  (each  step  is  0.75  m).  The  walk- 
ing speed  of  the  user  in  the  PGO  includes  the 
time  necessary  to  move  the  secondary  means  of 
balance. 

One  of  the  initial  goals  of  the  project  was  to  de- 
termine the  practically  of  the  PGO  concept.  The 
PGO  was  successful  in  demostrating  the  potential 
of  lightweight,  self-powered,  exoskeletal  devices  to 
restore  bipedal  locomotion. 
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Figure  1.  The  skeleton  diagram  of  the  PGO. 
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ABSTHACT 

rh«  purposes  of  this  study  were:  1)  to  determine  the 
magnitude  of  unmoasured  power  output  (PC)  during 
exercise  writh  the  "ERGYS"  functional  electrical  stimulation 
leg  cyde  ergometer  (FES-LCE).  and  2)  to  estimate  the 
actual  total  PO  at  each  resistance  increment  with  the 
ERGYS.  Sixteen  spinal  cord  injured  Individuals 
performed  steady-rate  exercise  tests  providing  aerobic 
energy  experxilture  (oxygen  uptal<e,  VOo)  data  at  rest, 
during  fully  assisted  FES-LCE  ftrue  0-W";  I.e.,  passive 
pedaling  tnalntalned  by  a  constant-velocity  motor), 
during  FES-lnduced  LCE  at  0-W  (unloaded),  and  during 
FES-lnduced  6.1 -W  LCE.  The  Increase  In  VO2  was  found 
to  be  0.172  L/mIn  when  the  ERGYS  PO  was  Increased 
from  0  to  6.1-W  Q.e.,  from  0  l<p  to  1/8  l<p  load  resistance 
indicated).  The  difference  in  VOo  between  the  100%- 
asslsted  C^rue  0  W)  and  the  indicated  0-W  stage  vwas 
0.220  L/mln.  By  extrapolation,  the  0.172-L/mln  VO2 
Increase  for  the  6.1-W  PO  Increase  showed  that  the 
0.220-L/mln  VO2  Increase  from  true  0  W  to  the  Ir  :ated 
0-W  PO  represents  the  equivalent  of  7.8  /V  of 
unmeasured  PO.  This  unmeasured  fO  may  bt.  due  to 
factors  such  as  Internal  friction  of  the  device,  limb  weight, 
viscosity/  friction  of  muscles,  and  Joints,  and  limited 
range  of  motion.  Therefore,  7.8  W  may  be  added  to  each 
indicated  ERGYS  PO  level  to  reflect  the  actual  total  PO. 

INTRODUCTION 

The  "ERGYS  1"  (Therapeutic  Technologies  inc.,  Tampa, 
FL)  Is  a  leg  cycle  ergometer  (LCE)  driven  by  functional 
electrical  stimulation  (FES)  of  paralyzed  leg  muscles. 
The  primary  objective  of  this  medically-prescribed  FES- 
LCE  exercise  therapy  is  to  Improve 
aerobic/cardiovascular  physical  fitness  in  order  to 
prevent/reverse  multisystem  physiological  deterioratio.n 
and  disuse  atrophy  after  spinal  cord  injury  (SCI).  Peak 
metabolic  and  cardiopulmonary  responses  during  FES- 
LCE  have  been  shown  to  Increase  significantly  above  rest 
in  SCI  individuals  during  exercise  testing,  and  substantial 
gains  in  fitness  have  been  realized  foiiowing  training 
programs  [1,2]. 

Power  output  (PO)  during  FES-LCE  can  be  computed 
from  the  cycling  cadence  (rpm)  and  the  resistance  load 
Of  frtetlonal  braking  force  (kp)  electronically  applied  to 
the  flywheel:  PO  =  kp  x  rpm  x  0.98,  where  0.98  is  a 
constant  converting  the  PO  units  from  kpm/min  to  W  (6 
m/llywheel  revolution  /  6.12  kpm/mln/W).  For  example, 
standard  calculations  will  show  that  a  typical  ERGYS  user 
cycling  at  an  Indicated  1/8-kp  resistance  and  50-rpm 
cadence  Is  performing  at  a  PO  of  6.1  W.  Resistance  end 
cadence  on  the  ERGYS  may  range  from  0  (unloaded 
flywheel)  to  7/8  kp  and  from  35  to  50  rpm,  respectively. 
Therefore,  PO  may  range  from  0  to  42.7  W.  However, 
ERGYS  users  typically  use  the  lower  PO  levels  (i.e.,  0- 
12.2  W)  for  endurance  exercise,  especially  if  they  are  not 
highly  trained  {3). 

Since  most  eroometers  (including  the  EHGYS)  measure 
PO  at  the  Internal  braking  force  mechanism,  It  excludes 
PO  attributatile  to  several  sources  of  resistance/friction 
which  must  be  overcome  to  perform  active  exercise.  For 
FES-LCE     operation,     sources     of  unmeasured 


resistance/friction  (internal  and  external)  include  the 
chain,  sprockets,  tjearlngs,  ankle-foot  orthoses,  leg 
guides  that  prevent  excessive  hip  rotation,  and 
characteristics  of  the  user  such  as  leg  weight,  muscle 
spasticity;  musde.  Joint  and  fluid  viscosity/friction;  and 
possibly  restrictive  Influences  of  clothing,  electrodes, 
adhesive  tape,  seat  surface,  and  Joint  Inflexibility  W. 
Thus,  the  ERGYS  does  not  measure  the  actual  total  PO 
performed  by  the  Indivklual.  This  actual  total  PO  is 
higher  than  that  indicated  by  the  ergometer  since  several 
components  of  unmeasured  work  are  not  Included  in  the 
calculation  [5,6]. 

Since  the  physical  capability  of  untrained  SCI  Individuals 
during  FES-LCE  is  relatively  low,  it  would  be  desirable  to 
know  the  actual  total  PO.  Therefore,  the  purposes  of  this 
study  were  1)  to  determine  the  magnitude  of  unmeasured 
PO  during  FES-LCE  with  the  ERGYS  using  an 
extrapolation  technique,  and  2)  to  estimate  the  actual  PO 
at  the  indicated  0  kp  resistance,  as  well  as  the  additional 
PO  required  to  perform  each  1/8-kp  resistance  Increment 
above  0  kp.  Such  information  Is  Important  for  more 
complete  physiologic  and  mechanical  analysis  of  this 
exercise,  and  It  would  help  guWe  further  engineering 
analysis  of  this  device. 


METHODS 

Sub|ects 

Sixteen  chronic  SCI  indivkluais  sen/ed  as  subjects  for  this 
study.  The  average  age  was  approximately  34  years 
(range:  20-51  years);  two  were  female  and  fourteen  were 
male;  nine  were  paraplegic  (SCI  levels  T4-T1 1)  and  seven 
were  quadriplegic  (Cc-Cs).  Subjects  were  trained 
sufficiently  in  FES-LCt  to  be  able  to  complete  the 
exercise  test  protocol. 

Procedures 

Subjects  performed  a  continuous  graded  exercise  test  at 
50  rpm  pedaling  rate  using  an  "ERGYS"  FES-LCE.  Each 
stage  of  this  test  was  5-mln  in  duration  as  follows:  1)  rest, 
2)  passive  cycling  (subthreshold  FES)  where  a  technician 
turned  the  pedal  manually,  3)  constant  velocity  cycling 
v^ere  a  motor  was  used  to  drive  the  flywheel  and 
minimal  FES  was  used  to  achieve  the  target  velocity 
("100%  assist",  true  0-W  PO),  4)  FES  cycling  where  the 
motor  performed  50%  of  the  PO,  and  5)  FES  pedaling  at 
0-W  PO  as  indicated  by  no  flywheel  resistance  load. 
Steady-rate  VOo  values  were  determined  by  open-circuit 
spirometry  durfiig  the  fifth  minute  of  each  stage,  in 
addition,  data  are  reported  for  these  same  suljjects  from 
a  prevtous  FES-LCE  exercise  test  to  provide  VO2  data  at 
6.1  W  as  indicated  by  1  /8  kp  flywheel  load  resistance. 

To  account  for  the  unmeasured  PO  that  is  not  accounted 
for  by  the  flywheel  resistance  measurement,  changes  in 
the  aerobic  metabolic  energy  (VO2)  that  occurred  at  the 
various  test  stages  were  used.  For  this,  the  relationship 
between  indicated  PO  and  VO2  was  determined.  By 
knowing  the  difference  in  VO2  between  0  and  6.1  W 
Indteated  PO,  the  actual  PO  for  "true  0  W"  can  be 
extrapolated  from  the  '^02  level.  Thus,  the  PO  calculated 
from  the  ERGYS  can  be  adjusted  to  take  into  account  the 
unmeasured  PO  so  that  true  total  PO  can  be  known. 
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RESULTS  AND  DISCUSSION 

All  subjects  completed  all  stages  of  the  required  exercise 
tests.  Mean  ±  SE  data  for  VO2  during  eacfi  stage  are 
presented  In  Table  1.  Figure  1  Illustrates  tfie  linear 
relatlonsfilp  between  PO  arxl  VOo  for  eacfi  test  stage. 
Since  we  cannot  directly  measure  all  Interr  ol  and  external 
sources  of  resistance  that  contribute  to  the  total  PO,  the 
metebollc  effect  of  various  exercise  loads  upon  the 
subjects  was  used  to  obtain  this  Information  through 
Indirect  means.  This  method  assumes  that  VO2  was  not 
substantially  affected  by  factors  other  than  those  related 
to  performing  the  exercise. 

Table  1.  M3an+  SE  oxygen  uptake  (VO2)  responses 
and  corresponding  estimated  total  power 
output  (PO)  of  spinal  cord  Injured  subjects 
(N  =  1 6)  during  FES  leg  cycle  ergometry. 


Stage  VOp        Estimated  Actual 

(L/min)       Total  PO  (W) 


Rest 

0.190+  0.011 

100%  Assist 

0.286  +  0.019 

0 

50%  Assist 

0.409+  0.021 

3.9 

OW 

0.506+  0.031 

7.8 

6.1  W 

0.678  +  0.040 

14.0 

12.2W 

£0.1 

18.3W 

26.2 

24.5  W 

32.3 

30.6  W 

38.5 

36.8  W 

446 

42.9  VV 

50.7 

VO2 

6.1  W 

(L/min) 

0.172 

L/min 

0.220 

L/min 

7.8  W 

REST         100%  50%  OW  6.1  W 

FES  +  ASSIST  FES  ONLY 


The  difference  In  VO2  between  the  "true  O-W  PO  (100%- 
asslst)  stage  and  the  FES  cycling  at  the  "Indicated  O-W" 
PO  stage  was  0.220  L/min.  The  difference  In  ^/O? 
between  the  "Indicated  O-W"  PO  stage  and  the  6.1-W  PO 
stage  was  0.172  L/min.  Since  0.172  L/mIn  represents  a 
6.1-W  PO  Increment,  then  by  proportion,  0.220  L/mIn 
denoted  ttiat  the  actual  PO  at  the  Indicated  O-W  PO  level 
Is  7.8  W.  Thus,  7.8  W  can  be  added  to  all  Indicated  PO 
levels  so  ttiat  the  actual  total  PO  can  be  recorded. 

Although  a  PO  of  7.8  W  is  relatively  low  for  able-bodied 
adults  performing  leg  ergometry  voluntarily  (I.e.,  fit 
individuals  can  typically  achieve  200  W  PO),  It  represents 
a  ma/or  portion  of  the  PO  that  can  be  achieved  by  many 
SCI  FES-LCE  users,  indeed,  most  Individuals  initiate 
exercise  at  O-W  indicated  PO  and  progress  to  6.1  W  in 
several  weeks.  In  actuality,  true  PO'  wcuid  be  about 
14.0  W  which  is  128%  higher  than  the  indicated  PO. 
Thus,  to  quantify  their  PO  capability  more  accurately  and 
to  better  chart  their  progress,  this  PO  adjustment  would 
be  appropriate.  During  research  and  clinical 
assessments,  SCI  persons  may  require  indlvklual 
evaluation  of  total  PO  during  FNS-LCE  depending  upon 
Individual  characteristics  such  as  body  size,  spasticity, 
etc.  Thus,  actual  total  PO  information  may  be  useful  to 
incorporate  such  testing  into  the  evaluation  process  of 
each  prospective  FNS-LCE  user,  in  addition,  actual  total 
PO  information  may  facilitate  further  physiologic, 
blomechanlcai  and  engineering  analyses  of  FES-LCE 
exercise. 
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Figure  1.  Relationship  of  oxygen  uptake  (VO2)  to  test 
stage  during  FES  leg  cycle  ergometry  for 
spinal  cord  injured  individuals  (N  =  16).  The 
extrapolation  to  derive  the  power  output 
(PO)  from  100%  assist  to  0  W  is  shown. 
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ABSTRACT 

A   distributed   random   electrical  neuro- 
muscular stimulation  (ENMS)  of  ten  ventral  root 
channels  was  used  in  this  study  to  stimulate  cat 
soleus  muscle.      The   influence  of  varying 
inter-stimulus  intervals  (ISI)  and  the  interaction  of 
the  ISI  statistics  with  the  compound  motor  unit 
action  potential  (CMUAP)  on    EMG  power 
spectra  were  assessed  theoreticallv  usmg  a 
mathematical  model  and  experimentaUy  using  the 
data  obtained  from  cat  soleus  muscle.  Theoretical 
and  experimental  results  suggest  that  (1)  the 
interaction  of  the  ISI  statistics  with  the  shape  of 
the  CMUAP  significantly  influence  the  EMG 
spectrum;  and  (2)  that  the  EMG  spectrum  of 
electrical  random  stimulation  of  muscle  shows 
peaks  at  the  mean  rate  of  stimulation  and  multiples 
of  it  when  the  ISI  variation  coefficient  is  small,  and 
that  these  peaks  decrease  in  magnitude  with 
increasing  frequency  and  increasing  values  of  the 
coefficient  of  variation  of  ISI. 

I.  INTRODUCTION 

For  ENMS  to  work  satisfactorily  in  a  given 
situation,  it  is  necessary  to  select  proper 
stimulation  parameters  and  employ  stimulation 
strategies  in  accordance  with  findings  from 
research  in  electrophysiolo^.  A  literature  review 
of  electrophysiological  studies  of  muscle  identifies 
the   following  important  points  [1,2,4,5,8]:!) 
voluntary  contraction  of  skeletal   muscle  is 
controlled  by  the  number  of  motor  units,  which  are 
progressively  recruited  according  to  the  size 
principle,  and  the  rate  of  firing  of  each  unit;  2) 
Signals  from  active  motor  units  are  uncorrelated 
during  low  and  medium  voluntary  efforts,  and 
become  synchronized  at  high  efforts;  and  3)  Firing 
of  alpha  motor  neu  ons  is  a  random  process,  i.e., 
the  time  interval  between  two  successive  spikes  is 
a  random  variable  described  by  a  probability 
density  function  (pdO-  These  random  firing 
patterns  of  motor  units  have  been  widely  studied 
during  voluntary  contractions  in  human  skeletal 
muscles  [1,2,4,7,9]. 

Partly  due  to  technical  difficulties  and  partly 
due  to  lack  of  adequate  information,  early 
research  involving  ENMS  did  not  adequately 
represent  the  actual  physiologic  situation.  In  the 
1970s  some  researchers  started  to  incorporate 
physiological  findings  into  research  using  ENMS. 
Working  on  the  lower  leg  of  the  cat,  Petrofsky 
described  a  computer-controlled  stimulator  and 
special  electrode  array,  which  could  control  the 
recruitment  pattern  of  motor  units  during 
electrical  stimulation  [10].  More  recently,  a 
neuro-muscular  stimulation  system  was 
introduced  that  can  be  used  to  change  forces  in 


skeletal  muscle  by  varying  motor  unit  firing  rate 
and  recruitment  control  strategies  [11].  Using  this 
system,  the  relation  between  force  and  EMG  has 
been  carefully  studied.  However,  with  onty  a  few 
exceptions  [6],  these  studies  did  not  consider  that 
the  mter-spike  interval  (ISI)  (in  the  case  of 
stimulation  ISI  represents  the  inter-stimulus 
interval)  is  random. 

In  this  study,  we  have  used  a  distributed  and 
random  neuro-muscular  stimulation  scheme  which 
allowed  to  control  the  recruitment  of  motor  units 
and  the  ISI  statistics.  The  power  spectrum  of  EMG 
signal  was  chosen  as  an  indicator  on  how  well  the 
EMG  produced  by  the  ENMS  compared  to  that  of 
voluntary  contractions.  Since  it  is  difficult  to 
evaluate  each  possible  ISI  modification 
experimentally,  a  mathematical  model  was  used 
to  predict  the  EMG  spectrum  of  a  given 
stimulation  design.  Results  of  the  theoretical 
analysis  were  compared  to  experimental  results 
obtained  using  distributed  random  ENMS  of  10 
ventral  root  filaments  of  cat  soleus  muscle.  In  this 
paper,  emphasis  will  be  placed  on  the  effects  of  the 
ISI  statistics  and  its  interplaywith  the  CMUAP  on 
the  EMG  spectrum.  This  work  provides 
information  of  reproducing  'normal'  muscle 
activation,  under  which  meaningful  EMG-force 
relationship  can  be  studied. 

II.  SPECTRAL  EXPRESSION  FOR 
DISTRIBUTED  RANDOM  ENMS 

The  idea  of  distributed  random  ENMS  results 
from  electrophysiological  findings  [4,8,9].  In  this 
section  we  use  a  structural  model  to  investigate 
systematically  how  ISI  patterns  and  the  CMUAP 
interplay  in  reproducing  EMG  spectrum.  In  the 
structural  model,  ui(t),  i  =  1, 2, m,  is  the  stimuli 
signal  train,  which  corresponds  to  the  iimervation 
signal  for  the  fibers  of  the  ith  channel  and  is 
considered,  as  in  physiological  case,  a  renewal 
pointprocesswithknownISIpdf/„(x-)  [3].  With 
uncorrelated  channels,  thepower  density  spectrum 
(PDS),<t'yy(/),isgivenby 

where  the  superscript  '  represents  the  complex 
conjugate,  m  is  the  number  of  stimulation 
channels,  /•"«.(/)  is  the  Fourier  transform  of  the 
ISI  pdf  /  „  ( -v ),  P .  ( / )  is  the  Fouriei  transform  of 
the  CMUAP  in  the  ith  channel,  and  A.,  is  the 
stimulation  rate  (SR)  of  the  ith  channel.  The 
formulation  given  by  Equation  1  indicates  that  the 
EMG  spectrum  of  simultaneous  distributed 
ENMS  is  the  sum  of  the  spectra  of  the  individual 
channels.  It  is  clear  that  the  spectrum  of  EMG 
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signals  depends  not  only  on  the  spectrum  />(/  )  of 
the  individual  CMUAP,  but  also  on  the  ISI  pdf 

Since  a  Gaussian  distribution  of  inter-spike 
intervals  has  been  reported  previously  [2],  we 
adopted  this  distribution  model  for  producing 
ENMS  involving  random  stimulation.  With  /  x  ( x ) 
a  Gaussian  distribution  and  the  same  ISI  variance 
across  all  stimulation  channels,  we  have  from 
Equation  1, 


«liihl2(a/(i,)'l 


■\F,U-)\'.f*<i.  (2) 


'co»h[2(ii/o,)'.l-cos(2ii//\,) 

where  is  the  standard  deviation  of  the  ISI. 
Equation  2  indicates  the  following  points:  (1) 
depending  on  the  variance  of  the  ISI,  the  power 
density  spectrum  may  or  may  not  show 

peaks  at  harmonics  of  the  firing  rate;  (2)  the 
strengths  of  the  peaks  induced  by  the  firing  rate 
depends  on  the  ISI  variation  coefficients  defined 
by  c  -  Ox\;  and  (3)  the  PDS  progresses  towards  a 
line  spectrum  when  a  ^  Q 

III.  ENMS  ON  CAT  SOLEUS  MUSCLE 

In  vivo  measurements  of  EMG  signals  were 
obtained  from  cat  soleus  muscle.  TTie  cat  was 
anesthetized  and  placed  in  a  stereotactic  frame  in 
a  prone  position  with  its  hind  limbs  rigidly  locked 
to  the  frame.  Ventral  roots  L7  and  SI  were 
exposed,  separated  from  one  another,  and 
carefully  divided  into  bundles.  Each  of  these 
bundles  was  hung  over  a  separate  bipolar  electrode 
tor  individual  and  simultaneous  distributed 
stimulations.  The  stimulations  using  patterns 
generated  from  computer  simulation  were  applied 
to  the  ventral  root  filaments  via  the  electrode. 
EMG  signals  from  stimulations  of  each  of  the  ten 
nerve  bundles  individually  (finger  prints)  and 
simultaneous  stimulation  of  all  ten  channels  were 
measured  using  a  pair  of  indwelling  electrodes. 
EMG  signals  were  digitized  on  line  and  stored  on 
acomputer.  Blood  pressure,  core  temperature  and 
muscle  temperature  of  the  cat  were  monitored 
continuously  and  were  kept  constant  throughout 
the  experiment. 

VI.  RESULTS  AND  DISCUSSION 

For  a  given  CMUAP,  the  spectrum  of  an  EMG 
signal  calculated  using  EquaUon  2  is  plotted  with 
m  =  1  in  Figures  1  and  2  for  different  values  of  c 
We  can  see  from  these  figures  that  the  influence 
of  the  ISI  statistics  on  the  PDS  dominates  the  low 
frequency  region,  and  that  peaks  are  introduced  at 
multiples  of  the  SR  (or  firing  rate),  as  observed 
experimentally  by  other  investigators  [7,9].  Such 
changes  in  the  PDS  induced  hy  the  ISI  statistics 
may  reflect  variations  in  activation. 

The  power  density  spectrum  of  each 
experimental  EMG  signal  was  estimated  using  a 
5 12-pomt  fast  Fourier  transform  (FFT)  algorithm, 
and  then  averaged  over  four  consecutive  segments. 
Figure  3  gives  two  representative  spectra  of 


experimental  EMG  signals  with  the  same  and 
diffe'/ent  values  of  c  These  results  strongly  support 
the  mathematical  predictions  discussed  above  and 
computer  simulauon  results  reported  previously 
[  121that  ( 1)  the  EMG  signal  spectrum  shows  peaks 
at  the  SR  (or  firing  rate)  and  its  multiples  when 
the  coefficient  of  the  ISI  variation  is  small;  and  (2) 
the  PDS  envelope  is  controlled  by  the  CMUAP 
waveform  and  its  details  by  the  ISI  stimulus 
statistics.  As  a  conclusion,  in  ENMS  studies,  it  is 
advisable  to  introduce  variations  in  Uie 
inter-stimulus  interval,  in  order  to  produce  muscle 
behavior  similar  to  that  of  voluntary  contractions. 
Taken  all  observations  together,  the  results  suggest 
that  ISI  variation  coeffiaents  of  between  5%and 
35%  are  required  in  artificial  ENMS  experiments 
to  obtain  a  result  comparable  to  that  oivoluntaiy 
contractions. 
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Figure  1.  (•)  PDS  of  Gaussian  point  proccis  with  X  -  20  p  pi 
a»a  c  -  0.08,  (b)  I  P( /)l '  for  tlie  CMUAP,  (c)  PDS  oT  tbe 
EMG  litaal. 


236  RESNA  International  '92  •  June  6-11, 1992 

251 


Distributed  Random  ENMS 


00   220  240 


80  100  120  140  ibO 
FREQUENCY  IH7I 


2J0   220  240 


Figure2.  (a)  PDS  of  Gaussian  point  processwithX  -  20pps 
and  c  -  0  . 12,  and  (b)  PDS  of  EMG  signal  with  the  same 
CMUAPaslnFlgurtI  (b). 
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Abstract 

The  purpose  of  this  study  was  to  explore  the  function  of 
electrically  stimulated  muscles  during  leg  cycle 
ergometry.  A  one  degree  of  freedom  model  was 
developed  which  allows  the  direction  of  the 
acceleration  resulting  from  a  muscle  torque  acting  at  the 
knee  or  hip  to  be  determined  from  geometric 
considerations.  From  this  directional  information, 
crank  positions  can  be  found  where  stimulation  of  a 
particular  muscle  will  either  help  or  hinder  forward 
motion  of  the  crank.  These  positions  are  compared  for 
several  different  sets  of  geometries  of  the  leg  cycle 
ergometer.  The  theoretical  results  are  also  used  to 
evaluate  the  stimulation  patterns  currently  used  in  the 
commercially  available  ERGYS  system'.  Clinical  FES 
systems,  such  as  the  ERGYS,  typically  use  the  same 
sequence  of  stimulation  for  all  individuals.  The  results 
of  this  study  suggest  that  this  may  potentially 
influence  performance  as  the  function  of  the  stimulated 
muscles  is  not  constant.  Function  varies  with  both  the 
configuration  of  the  ergometer  and  the  size  of  the 
individual. 

IntroducHon 

Functional  Electrical  Stimulation  (FES)  induced  leg 
cycle  ergometry  for  spinal  cord  injured  paraplegics  and 
quadriplegics  has  been  shoivn  to  provide  a  variety  of 
therapeutic  benefits,  including  the  maintenance  of 
paralyzed  muscle  integrity  and  the  improvement  of 
cardiovascular  function  (1).  To  maximize  the 
effectiveness  of  FES  system  design,  it  is  desirable  to 
understand  the  expected  mechanical  function  of  the 
stimulated  muscles,  "he  movement  that  will  result 
from  a  particular  sequence  of  timings  for  the  muscle 
stimulation  may  not  be  obvious,  especially  when  two- 
joint  muscles  are  involved  or,  as  in  cycling,  the  body  and 
mechanical  linkage  being  controlled  form  a  closed 
kinematic  loop.  While  there  are  many  factors  that 
affect  this  motion  (e.g.  the  condition  of  the  stimulated 
muscles,  the  recruitment  characteristics  of  the 
stimulation,  and  the  resistive  load  applied  at  the 
crank ),  there  is  also  a  position  dependent  contribution  a 
given  muscle  force  makes  to  the  acceleration  of  the 
crank  that  depends  solely  upon  the  physical 
dimensions  of  the  system. 

Individual  muscle  forces  act  to  accelerate  not  only  the 
segments  to  which  the  muscle  attaches  but  also  other 
segments  in  the  system  as  well.  This  is  an  effect  known 
as  "dynamical  coupling".  Both  the  magnitude  and 
direction  of  these  accelerations  may  vary  with  position 
(2).  Typically,  the  accelerations  induced  by  a 
particular  muscle  force  can  be  calculated  from  the 
equations  of  motion  of  a  dynamical  model  of  the  system. 
Additionally,  for  leg  cycling,  geometric  considerations 
alone,  allow  the  direction  of  this  acceleration  to  be 
determined.  

'ERGYS,  Theriipoutic  Tcrhnologies,  Inc.  Tampa,  FI,. 


Figure  3.  Singularity  configuration  in  the  right  leg 
four-bar  linkage  of  pedaling  model. 


Method 

Pedaling  with  muscle  forces  generated  by  FES  induced 
contraction  typically  involves  constraining  the  ankle 
with  an  orthosis.  Under  these  conditions,  an 
appropriate  model  of  cycling  consists  of  two  planar 
four-bar  linkages  coupled  through  the  crank.  Each  leg 
is  composed  of  four  links:  the  thigh,  shank  and  crank, 
and  a  fixed  segment  connecting  the  crank  center  to  the 
hip.  Four-bar  linkages  display  the  useful  property 
that  when  one  angle  is  specified,  all  the  remaining 
angles  are  determined  (3).  For  the  case  of  cycling,  the 
crank  segments  in  each  of  the  two,  four-bar  linkages  are 
fixed  180°  relative  to  each  other.  Thus,  the  total 
system  has  a  single  degree  of  freedom. 

The  direction  of  the  acceleration  of  the  crank  due  to 
either  a  torque  applied  at  the  hip  or  knee  can  be 
determined  by  analysis  of  the  geometry  of  one  of  the 
four-bar  linkages  contained  in  the  one  degree  of  freedom 
model.  Each  four-bar  linkage  contains  four  positions 
where  two  of  the  links  become  collinear.  At  these 
positions,  there  is  a  change  in  the  direction  of  the 
motion  of  one  of  the  joints  from  flexion  to  extension,  or 
from  extension  to  flexion.  A  singularity  in  the 
acceleration  caused  by  the  muscle  crossing  that  joint 
also  results.  For  example,  consider  the  configuration  of 
the  right  leg  shown  in  Figure  1.  The  crank  is  in  line 
with  the  shank  and  the  hip  is  in  its  most  flexed 
position.  Now,  consider  a  flexion  torque  applied  at  the 
hip.  In  any  position  this  torque  will  attempt  to 
increase  the  angle  of  the  thigh  and  move  points  at  the 
knee  and  crank  center  away  from  each  other. 
Intuitively  it  can  be  seen  that  in  most  other  oank 
positions  this  would  cause  the  crank  to  rotate  either  in 
a  forward  or  backward  direction  depending  on  the 
precise  position  of  the  crank.    In  the  singularity 
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jxisition  illustrated,  however,  the  distance  between  the 
knee  and  crank  center  is  at  its  maximum  and  the  torque 
cannot  cause  it  to  increase.  No  rotation  of  the  crank 
will  result.  This  position  is  a  switching  point  for  the 
direction  of  the  acceleration  of  the  crank  due  to  the 
flexion  torque  at  the  hip.  The  direction  of  the 
acceleration  switches  back  when  the  crank  is  again  in 
line  with  the  shank,  and  the  hip  is  at  its  most  extended 
position. 

For  a  hip  extensor,  rather  than  a  flexor  torque,  the 
switching  points  are  the  same,  but  the  direction  of  the 
acceleration  at  other  crank  positions  is  opposite.  Thus, 
the  crank  cycle  can  be  divided  into  muscle  function 
regions  as  shown  in  the  small  circles,  labeled  right  and 
left  hip,  in  Figure  2  .  The  equations  for  determining 
these  switching  positions  (Appendix)  are  a  function  of 
the  physical  dimensions  of  both  the  ergometer  and  the 
subject. 

Similar  arguments  for  the  remaining  singular  position, 
where  the  crank  is  collinear  with  the  fixed  segment 
connecting  the  hip  and  crank  center,  are  used  to 
determine  the  switching  points  for  torques  acting  at  the 
knee.  The  crank  angles  of  these  singular  positions 
depend  only  on  the  orientation  the  fixed  segment 
connecting  the  hip  and  the  crank  center  and  can  be 
determined  by  inspection.  Figure  2  shows  how  this 
information  for  both  legs  and  all  four  joint  torques  can  be 
overlaid  to  produce  six  divisions  of  the  crank  cycle 
corresponding  to  the  six  different  combinations  of 
muscle  torques  that  accelerate  the  crank  forward. 

The  stimulation  patterns  produced  by  the  ERGYS 
controller  for  FES  leg  cycle  ergometry  are  a  function  of 
both  the  velocity  and  position  of  the  crank.  The 
threshold  level  of  the  stimulation  current  can  be 
individually  set  and  the  level  of  the  stimulation 
current  varies  inversely  with  the  performance  produced 
by  the  stimulation.  To  determine  the  crank  angle 
where  each  muscle  is  stimulated,  the  pedal  crank  rate 
was  maintained  at  a  constant  40  and  50  rpm  by  a 
velocity-controlled  motor.  The  current  pulse  train  was 
then  sampled  at  0.01  msec  intervals. 

Results  and  Discussion 

The  switching  positions,  as  determined  by  the  method 
above,  correspond  to  changes  in  the  function  of  an 
applied  joint  torque.  Electrical  stimulation  results  in  a 
force  development  in  a  muscle  or  group  of  muscles 
which,  in  turn,  results  in  a  torque  at  the  one  or  more 
joints  crossed  by  the  muscle.  For  gluteal  muscles, 
contraction  typically  results  in  an  extension  torque  at 
the  hip.  Thus,  the  crank  positions  where  a  hip  extensor 
torque  accelerate  the  crank  forward  also  correspond  to 
positions  where  stimulation  of  the  gluteal  muscle  will 
have  the  same  result.  For  a  two-joint  muscle,  however, 
determining  the  resulting  direction  of  acceleration  is 
more  complicated.  For  example,  the  hamstrings  cross 
both  the  hip  and  the  knee,  producing  an  extensor  torque 
at  the  hip  and  a  flexor  torque  at  the  knee.  At  crank 
jxisitions  where  each  of  these  torques  either  accelerate 
the  crank  forward  or  backward,  there  is  no  ambiguity. 
Stimulation  of  this  muscle  will  produce  the 
corresponding  acceleration  of  the  crank.  However,  at 


positions  where  these  two  torques  cause  opposite 
acceleration,  the  actual  direction  will  depend  on  both 
the  relative  magnitude  of  each  of  the  torques  and  their 
relative  effectiveness  in  producing  acceleration.  The 
relative  magnitude  of  the  hip  and  knee  torque  produced 
when  a  two-joint  muscle  is  stimulated  depends  on  the 
relative  moment  arms  of  the  muscle  at  the  two  joints. 
For  the  case  of  surface  stimulation,  where  it  is  difficult 
to  stimulate  a  single  muscle  in  isolation,  it  also  depends 
on  the  relative  amount  of  each  muscle  that  is  recruited 
by  the  stimulation. 

The  conclusions  that  can  be  made  concerning  the 
direction  of  the  acceleration  resulting  from  surface 
stimulation  of  gluteal,  quadriceps  and  hamstrmgs 
muscle  groups  are  illustrated  in  Figure  3.  The  exact 
switching  locations  depend  on  the  physical  dimensions 
of  the  system,  namely  the  the  limb  lengths,  the  crank 
radius,  and  the  length  and  orientation  of  the  fixed 
segment  between  the  crank  and  the  hip.  As  shown  in 
Figure  3,  changing  the  dimension  of  any  one  of  these 
will  change  how  an  individual  muscle  functions. 
Moving  the  seat  forward,  from  the  position  of  A  in 
Figure  3  to  C,  results  in  an  approximately  40°  increase 
in  the  range  of  crank  positions  where  the  gluteal 
muscles  provide  propulsion.  It  also  increases  by  a 
similar  amount  the  range  where  the  function  of  the 
two-joint  muscle  groups  is  unambiguous. 

Figure  4  shows  these  theoretical  predictions  of  muscle 
function  compared  with  the  actual  stimulation 
patterns  used  in  the  ERGYS  system.    The  ERGYS 
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Figure  2.  Shaded  region  of  the  small  circle  illustrates 
where  the  indicated  flexor  torque  accelerates  the  crank 
forward.  This  information  is  combined  in  the  large 
circle  to  indicate  the  six  regions  corresponding  to 
different  combinations  of  right  and  left,  hip  and  knee 
torques  which  will  accelerate  the  crank  forward.  These 
combinations  are:  1)  Right  knee  extensor  (RKE),  left 
knee  flexor  (LKF),  right  hip  extensor  (RHE)  find  left 
hip  flexor  (LHF).  2)  RKF,  LKE,  RHE,  and  LHF.  3) 
RKF,  LKE,  RHE,  and  LHE.  4)  RKF,  LKE,  RHF,  and 
/.HE,  5;  RKE,  LKF,  RHF  and  LHE.  6)  RKE,  LKF,  RHE 
and  LHE.  Assumed  linkage  lengths  are  llh  -  0.525m, 
Ish  =  0  465m,  Icr  =  0.16m,  Ip  =  0.6m,  9  =  25". 
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DETERMINING  CRANK  ACCELERATION 


stimulation  patterns  are  seen  to  be  primarily  aligned 
with  the  range  of  crank  angles  where  the  corresponding 
muscles  are  predicted  to  accelerate  the  crank  forward. 
These  results  indicate,  however,  that  it  may  be 
possible  to  achieve  increased  positive  acceleration  by 
increasing  the  range  of  crank  angles  where  stimulation 
is  applied.  Also,  although  the  ERGYS  stimulation 
patterns  vary  with  crank  velocity,  at  any  given 
velocity  the  crank  angles  where  muscles  are  stimulated 
do  not  vary.  They  are  the  same  for  all  physical 
configurations.  However,  the  theoretical 
considerations  of  the  accelerations  that  are  produced  by 
the  stimulated  muscles  indicate  that  the  function  of  the 
muscles  is  not  the  same  for  all  configurations  or 
individuals.  Thus  it  may  be  possible  to  achieve 
improved  performance  from  FES  leg  cycling  ergometers 
by  taking  into  account  these  differences,  either  by 
individualizing  the  stimulation  patterns  or  choosing 
the  geometric  configuration  to  optimize  the  use  of  the 
existing  patterns. 
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Appendix 

The  crank  angles  corresponding  to  each  singularity  can 
be  calculated  by  considering  the  geometry  of  the 
linkage.  If  the  angle  that  the  fixed  segment  between 
the  hip  and  the  crank  center  makes  with  the 
horizontal  is  known  as  ©,  then  singular  positions  for  a 
knee  torque,  relative  to  the  top  of  the  crank  cycle  are  6 
+  it/2  and  6  +  3it/2.  Also,  the  positions  where  the 
shank  and  the  crank  are  coUinear,  and  the  acceleration 
due  to  a  hip  torque  is  singular  are  given  by; 


cos(<7„  -  e)  =  -(1  -  sin^(<7„  -  e))"^ 


sin((7„ 
cos((7„ 


e) 
e) 


If. 


(l-sin=(<j„  -6))"' 


Where  qcr  is  the  crank  angle  of  the  singularity 
position,  1th  is  length  of  the  thigh  segment,  Ish,  the 
length  of  the  shank,  Icr  the  length  of  the  crank  and  Ip, 
the  distance  from  the  crank  center  to  the  hip  center. 
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Crank  acceleration  always  (orward 

Possible  forward  acceleratton  -  direction  depends 

on  relative  mannitude  of  hip  and  knee  troques 


Figure  3.  Comparison  of  function  of  right  gluteal, 
quadricqys  and  hamstrings  muscle  groups  in  different 
geometric  conditions.  A.  The  horizontal  position  of 
the  seat  relative  to  the  crank  center  is  90%  full  leg 
extension.  B.  70%.  C.  50%  .  0  degrees  is  at  the  top  of 
the  crank  cycle  for  the  right  leg. 
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Figure  4.  Comparison  of  predicted  crank  positions 
where  the  muscle  groups  accelerate  the  crank  forward 
(results  are  from  Figure  3B)  with  the  actual  stimulation 
patterns  measured  in  the  ERGYS  at  40  and  50  rpm.  0 
degrees  is  at  the  top  of  the  crank  cycle  for  the  right  leg. 
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RURAL  RESOURCES:    ONE  OF  THE  CORNERSTONES  OF  AGRABILITY 


14.1 


Tammy  M.  Schaefer  and  Andrea  L.  Speth 
Resource  Center  for  Fanners  With  Disabilities 
Easter  Seal  Society  of  Wisconsin,  Inc. 
•^^dison,  WI 


abstract 

Providing  aaalstance  to  agricultural 
workara  with  dlaabllltlaa  or 
lllnaaaaa  la  at  laaat  four 
dlawnalonal;    1)  evaluation  of  the 
•nvlroninent,  •qulpoient.  Individual; 
2)  provlalon  of  technical 
Information;  3)  connecting  with 
appropriate  aervlce  ayBtema;  and  4) 
preventing  aecondary  Injury  or 
Injury  reoccurrence.    For  the 
purposes  of  this  paper,  focua  will 
be  on  the  third  Item. 

Often  the  most  difficult  component 
of  rural  service  delivery  la 
connecting  cllenta  with  relevant 
services.  The  Issue  Is  further 
complicated  by  elements  unique  to 
rural  locales.    Rural  residents 
often  have  fewer  resources  available 
and  agricultural  workers  are 
traditionally  reluctant  to  seek  out 
and  ask  for  assistance.  Developing  a 
directory  of  resource  sorvlces  and 
people  can  become  a  valuable  tool  in 
helping  clients  get  needed  services. 

Baokgrownd 

In  1990,  the  United  States 
Department  of  Agriculture 
appropriated  funds  to  help  establish 
programs  to  aid  farmers  or  ranchers 
with  disabilities  or  Illnesses. 
These  programs  are  now  known  as 
AgrAblllty  projects. 

Many  factors  led  to  the  decision  to 
provide  funds  to  aid  agricultural 
workers  with  disabilities  one  of 
which  was  the  concern  that  farmers 
often  faced  the  problem  of  Isolation 
from  services  which  could  bo  of 
assistance. 

In  the  Wisconsin  project,  many  calls 
were  received  requesting  assistance 
In  working  with  systems  such  as 
SSOI,  local  community  aid  programs, 
or  the  state  vocational 
rehabilitation  agency.  Callers 
expressed  anxiety  about  not  knowing 
how  or  where  to  look  for  various 
sources  of  assistance. 

■tat— nt  of  Probl— 

Because  they  are  often  located  In 
Isolated  areas  far  removed  from 
urban  resources,  many  agricultural 
workers  fall  through  the  cracks  of 
our  nation's  service  delivery 


system.    Despite  the  existence  of 
agencies  which  could  be  a  potential 
source  of  assistance,  many  of  them 
are  not  explored  or  utlllred  by 
those  who  could  benefit  most  from 
the  services  offered. 

Approach 

In  Wisconsin  a  concerted  effort  has 
been  made  to  Identify  Informational 
resources  for  clients.    While  there 
are  many  ways  to  obtain  this 
Information,  the  following  methods 
have  proven  helpful. 

RASourc*  Library 
Identify,  research,  and  collect 
literature  on  local,  state,  and 
federal  resources.    Most  agencies 
will  provide  brochures  and  pamphlets 
describing  available  services. 
Don't  overlook  everyday  sources  of 
Information.  Agricultural 
newspapers  and  magaslnes  often 
Include  Information  on  service 
organlratlons  specifically  designed 
to  meet  the  needs  of  rural 
residents. 

Ketwor  Icing 

utilize  other  professional's 
knowledge  of  available  resources. 
Contact  local  human  service 
departments  for  names  of  people  who 
work  with  key  programs.  Contact 
individuals  who  offer  similar 
services  in  other  states,  but  be 
aware  that  states  differ  in  the 
types  of  services  available. 

Don't  overlook  obvious  sources. 
Past  clients  can  be  ideal 
informational  resources.  Based  on 
their  own  experience,  they  can  offer 
you  information  on  individual 
agencies.    Clients  are  usually 
willing  to  tell  you  why  they  were 
denied  services.    This  may  help  you 
to  assist  other  clients  who  need  the 
same  services.    Encourage  clients  to 
become  active  participants  in  the 
networking  process.    This  will  not 
only  give  them  a  feeling  of  control, 
it  will  also  free  you  to  assist  more 
people. 

Remember  to  let  resources  you  will 
be  utilizing  know  that  you  will  be 
using  their  services.    Ask  for  the 
name  of  a  contact  person  and  provide 
that  person  information  regarding 
the  Bsrvlces  your  program  provides. 
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QuMtion 

Don't  be  afraid  to  ask  questions. 
Ho  question  is  too  trivial  if  it 
provides  you  information  that  you 
did  not  previously  have.  Some 
agencies  i.e,  the  Social  Security 
Administration,  are  so  complex  that 
few  service  providers  can  ever 
master  all  the  aspects.  Therefore, 
asking  the  right  question  may  be 
essential  to  utilizing  the  agency  to 
its  fullest  potential. 

Iapltcatton» 

This  approach  to  gathering 
information  will  net  many  important 
benefits  for  rural  service  programs. 
Perhaps  the  most  important  result  is 
that  you  will  be  better  prepared  to 
fulfill  most  requests  for 
information  or  at  least  provide  a 
place  to  begin. 

Dt»cu>»lon 

Following  these  suggestions  may  help 
you  spend  less  time  searching  for 
answers.     You  will  have  information 
readily  available  to  offer  clients, 
requiring  less  of  your  time  on 
follow-through.     Once  clients  are 
given  the  appropriate  contacts,  they 
will  be  able  to  follow  through  with 
less  assistance  from  you. 

Finally,   it  is  impossible  to  be  all 
things  to  all  people.     In  order  to 
be  as  effective  as  possible,  human 
service  organizations  need  to  know, 
understand,  and  use  resources  that 
are  available.     In  addition, 
organizations  which  serve  rural 
residents  must  have  a  special 
commitment  to  providing  client 
access  to  appropriate  resource 
informat ion. 

Acta>owl«<lqii>»nt 

This  material  is  based,  in  part,  on 
activities  carried  out  under  the 
AgrAbility  of  Wisconsin  Program,  a 
joint  effort  of  the  Easter  Seal 
Society  of  Wisconsin's  Resource 
Center  For  Farmers  with  Disabilities 
and  the  Wisconsin  Extension  Service. 
The  AgrAbility  of  Wisconsin  Program 
is  supported  by  a  grant  from  the 
USDA  Extension  Service. 

R»f>r>nc>» 

Tammy  Schaefer 

Resource  Center  for  Farmers  With 
Disabilitierf  (RCFD) 
Easter  Seal  Society  of  Wisconsin 
101  Nob  Hill  Road,  Suite  301 
Madison,  WI  53713 
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Alexandra  Enders 
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Introduction 

Infoimation  is  the  medium  for  communication  of 
ideas.  To  improve  equitable  access  to  disability- 
related  information  and  resources,  the  cultural 
context  of  information  exchange  needs  to  be 
considered.  Cultural  context  is  not  just  something  to 
be  aware  of  during  international  exchanges,  it  is  a 
part  of  all  human  transactions. 

A  Scenario  for  Misunderstanding 

They  want  the  best  and  most  recent  state-of-the-art 
technology.  No  one  can  pay  for  it,  training  to 
effectively  use  it  is  out  of  reach,  maintenance  and 
repair  will  be  a  logistical  nightmare,  and  it  doesn't  fit 
the  intended  environment.  Does  the  requestor  live  in 
an  underdeveloped  country,  a  major  city  in  a 
developing  country,  an  inner  city  in  industrialized 
U.S.,  or  rural  America? 

The  differences  may  not  be  as  large  as  one  would 
initially  assume.  There  are  striking  similarities,  much 
of  it  in  the  way  information  is  presented  and  how 
issues  of  cross-cultural  communication  are 
approached.  Assumptions  about  perceived  vaiue  of 
available  options  must  be  clearly  understood  by  all 
parties  involved.  You  can  provide  information  and 
access  to  resources  that  seem  to  appropriately  meet 
the  identified  needs.  However  if  it  is  not  presented 
in  a  format/context  that  the  recipient  values  and 
trusts,  it  won't  be  an  acceptable  solution. 

Striving  Toward  Valued  Outcomes 

We  are  in  the  business  of  increasing  the  impact  and 
acceptability  of  effective  strategies,  products, 
research  findings,  technical  assistance,  and  training 
opportunities  in  the  lives  of  people  with  disabilities. 
The  outcome  measures  of  our  services  and  products 
should  be  based  on  the  consumer's  perception  that 
something  of  value  was  received  in  the  transaction. 
It  doesn't  make  any  difference  that  you  see  value  in 
your  intervention,  if  the  individual  or  family  you  are 
working  with  finds  it  unacceptable,  worthless,  or 
inappropriate  to  his/her  life,  it  is. 

Moving  Away  from  a  Black  and  White 
World 

Not  many  years  ago,  a  simpler  world  view  sufficed. 
Cotintries  were  either  industrialized  or 
underdeveloped,  technology  was  either  high  tech 
state  of  the  art  or  appropriately  low  tech,  societies 
were  either  bountiful  rich  "haves"  or  poor  handout- 
seeking  "have  nets".  U.S.  health  care  scoffed  at  the 
rationed  health  care  systems  in  some  socialized 


welfare  systems,  insisting  all  Americans  had  equal 
access  to  state  of  the  art  medicine,  and  our  domestic 
hoiTOr  stories  rarely  surfaced. 

Things  have  changed.  Old  categories  don't  work. 
We  need  better  ways  to  distribute  available 
resources.  With  the  socio-political  changes 
underway  in  the  world  today  it  is  at  best  naive  to 
view  the  planet  as  composed  of  industrialized  haves 
and  underdeveloped  have  nots.  For  example,  the 
U.S.  is  now  the  world's  largest  debtor  nation,  and 
the  highly  industrialized  eastern  bloc  countries  are 
far  from  resource  rich. 

This  is  reflected  in  rehabilitation/disability  services, 
where  we  need  models  that  present  solutions  in 
categories  that  fall  in-between  the  extremes  of  the 
high  tech  rehabilitation  centers  or  WHO's 
community  based  rehabilitation  scheme.  Neither  of 
these  ends  of  the  spwctrum  approaches  work  very 
effectively  in  rural  America.  Professionals  in 
specialized  urban  rehabilitation  centers  frequently 
counsel  their  rural  patients  to  remain  in  the  city  after 
rehab,  because  they  are  convinced  the  the  necessary 
resources  and  supportive  services  will  not  be 
available  if  the  person  returns  to  their  rural 
community.  These  cross-cultural  biases  (urban- 
rural)  and  unquestioned  assumptions  exist  even  if 
everyone  involved  is  a  WASP,  and  are  only 
compounded  by  ethnic  and  socio-economic 
differences.  Diversity,  the  buzzword  of  the  90's, 
assumes  an  acceptance  of  different  cultural 
experiences  -  cultural,  ethnic,  sc/cio-economic. 
There  is  little  acknowledgement  of  diversity  in 
rehabilitation  today,  in  the  US  or  elsewhere. 

What  Should  We  Call  the  Middle? 

A  curious  vacuum  exists  for  effective  strategies  that 
are  in  the  middle  of  the  spectrum.  Most  of  the  words 
that  fit  already  have  otlier  connotations.  Intermediate 
and  appropriate  are  distinctly  tied  to  international 
development  efforts.  Appropriate  technology  is 
generally  focused  on  the  needs  of  rural  people  in 
third  world  countries.  When  this  approach  is 
adopted  by  an  industrialized  country  such  as  the 
United  States,  its  target  is  usually  the  development 
and  implementation  of  technologies  appropriate  for 
low-income  communities,  especially  those  in  rural 
areas.  Appropriate  technology  is  grounded  in 
cultural,  political,  and  ecological  frameworks;  its 
proponents  often  share  an  almost  evangelical  zeal. 
Unfortunately  most  professionals  working  at  the 
sophisticated  urban  end  of  the  spectrum  have  little 
appreciation  for  this  approach.  It  also  tends  to  be 
rejected  by  urbanites  in  major  cities  in 
underdeveloped  and  developing  countries. 
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The  U.S.  National  Center  for  Appropriate 
Technology  (NCAT)  stated  that  "The  main  goal  of 
appropriate  technology  is  to  enhance  the  self-reliance 
of  people  at  a  local  level."  If  we  substituted  the 
word  "assistive"  for  "appropriate",  we  would  have  a 
useful  mission  statement  for  many  individuals 
working  in  our  field.  Appropriate  assistive 
technology  doesn't  have  to  mean  cardboard  seats  and 
tire  tread  sandals.  We  need  a  way  of  using  the 
concepts  implicit  in  appropriate  technology,  and 
presenting  thjm  in  a  format  that  even  the  high  lechies 
can  find  acceptable  and  valuable. 

A  Closer  Look  From  a  Distance 

International  experience  provides  the  outsider  with  a 
clearer  view  of  his/her  own  culture,  and  the  hidden 
assumptions  that  often  lead  to  misunderstanding  and 
miscommunication.  It  can  also  point  to  directions  for 
developing  new  strategies 

Working  in  Armenia,  when  it  was  still  part  of  the 
Soviet  Union,  made  me  more  aware  of  the  need  for  a 
"middle  way"  to  approaching  cross-cultural 
cymmunication  related  to  services  for  people  with 
disabilities.  I  have  always  been  able  to  transcend  the 
high  tech/low  tech  gap.  I've  always  been  involved  at 
both  ends  of  the  spectrum  -  the  high  tech 
environment  of  Stanford  and  the  Electronic 
Industries  Foundation,  and  the  low  tech  world  of 
DIY  (do  it  yourself),  scrounging  for  low  cost 
solutions,  and  supporting  projects  in  third  world 
countries. 

Uncovering  Hidden  Assumptions 

More  than  one  of  the  patients  on  the  spinal  cord 
injury  rehabilitation  unit  in  Armenia  could  have 
benefitted  from  independent  mobility  while  their 
pressure  sores  were  healing.  There  were  few 
gumeys  available,  and  none  could  be  spared  to  be 
fitted  with  drive  wheels.  Hesperian  Foundation's 
Disabled  Village  Children  has  a  clever  adaptation  for 
turning  a  wheelchair  into  a  self-propelled  prone 
trolley.  The  orthotist  was  able  to  build  the  adaptation, 
and  attach  it  to  one  of  the  heavy,  fixed-armrest 
wheelchairs.  The  first  patient  was  shown  the  pictures 
of  how  the  device  could  be  used  (you  essentially 
drive  the  wheelchair  backwards).  Compliantly  he 
agreed  to  try  it,  but  then  refused  to  leave  his  room  in 
it.  After  repeated  discussions  (all  through  an 
interpreter),  it  was  finally  clear  that  he  felt  he  had 
'^een  given  a  peasant  device,  and  though  he  liked  the 
freedom,  he  was  embaaassed  by  the  image  he  felt  it 
portrayed.  He  stated  that  though  he  came  from  a 
mountain  village,  he  was  not  a  peasant.  He  refused 
to  use  the  mobility  device  on  the  Unit.  Several 
weeks  later,  I  found  a  project  plan  for  an  almost 
identical  device  in  the  appendices  to  Ford  and 
Duckworth's  Physical  Manapement  for  the 
Otiadripleeiy  Patient.  The  book  had  been  circulating 
on  the  Unit,  the  pictures  in  the  chapter  on  sexuality 
the  major  attraction.  When  the  pictures  of  the 
similarly  adapted  wheelchair  from  the  specialized 


rehab  book  were  shown  to  another  patient  who 
needed  one,  he  was  eager  to  try  it.  The  original 
device  was  adjusted  to  fit.  When  presented  with  the 
adapted  chair,  he  refused,  stating  it  was  the  peasant 
device  that  we'd  used  with  the  other  individual.  I 
remain  convinced  that  if  I  had  presented  the  device  to 
the  initial  patient  as  originating  from  the  sophisticated 
Ford  and  Duckworth  text,  and  not  with  pictures  of 
barefoot  peasants,  that  the  acceptance  would  have 
been  completely  different. 

Coming  from  a  subset  of  American  culture  that  will 
accept  just  about  anything  that  works,  it  was  amazing 
to  me  to  see  a  useful  device  rejected  because  of  the 
image  it  conveyed.  The  more  I  observed,  the  more  I 
could  understand  why  some  things  were  accepted, 
while  others  were  rejected  out  of  hand.  Much  of  the 
causality  lie  in  the  way  the  information,  service, 
treatment,  or  product  was  presented. 

This  was  nor  peculiar  to  Armenian  mores.  I  worked 
as  part  of  a  multinational  team;  with  members  from 
15  countries.  When  I  tried  to  introduce  material  from 
the  Worid  Health  Organization's  community  based 
rehabilitation  (CBR)  manuals,  I  found  no  support. 
Other's  including  the  team  leader  from  England  and 
head  nurse  from  Australia,  felt  these  manuals 
inappropriate.  After  all,  "we  weren't  in  Africa". 
Having  learned  my  lesson  about  using  pictures,  I 
assured  them  we  would  not  use  the  pictures.  The 
information  in  the  manuals  was  directly  applicable  to 
helping  develop  a  support  system  for  use  in  the 
communities  these  individuals  were  returning  to. 
Most  of  my  colleagues  could  not  get  beyond  the 
presentation  style  and  format. 

1  returned  to  the  U.S.  convinced  that  we  needed  to 
find  better  communication  vehicles,  that  we  were 
losing  valuable  information  because  its  developers 
did  not  see  tile  broader  market  possibilities,  and  only 
packaged  their  data  for  a  particular  audience. 

Collaborating  on  a  Middle  Way 

Today  I  see  a  broader  audience  than  the  two  primary 
ones  described.  There  has  to  be  a  middle  way. 
Consider  all  the  people  who  need  the  same  basic 
content  in  the  information  developed  for  resource 
,'oor  societies.  A  large  number  of  these  individuals 
are  not  and  do  not  consider  themselves  peasants.  The 
list  includes  the  entirety  of  the  former  Soviet  Union, 
the  old  eastern  bloc  countries,  major  cities  in 
developing  countries. 

Much  of  rural  U.S.  could  be  considered  in  this 
category.  People  in  many  rural  areas  experience  a 
curious  blend  of  resource  availability.  They  may 
have  all  kinds  of  high  tech  machines  available  to 
them  during  inpatient  treatment:  continuous  passive 
motion,  electrical  stimulators,  biofeedback  devices. 
But  if  they  need  ongoing  assistive  technologies,  they 
are  probably  going  to  be  left  to  their  own  devices. 
Most  Americans  probably  would  not  balk  at  building 
something  that  came  from  a  book  intended  for  third 
worid  citizens.  But  for  most  people  this  material 
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would  be  difficult  to  locate.  And  sometimes  it  take<; 
a  little  imagination  to  translate  it.  For  example,  a 
book  from  India  has  construction  ideas  for  a  low  cart 
useful  inside  village  huts,  where  most  people  cook 
and  eat  close  to  the  ground.  The  same  idea  appears 
useful  for  a  Native  American  dwelling  which  has  a 
high  doorway  thresholds  which  are  unrampable  as 
part  of  the  cultures  spiritual  belief  system.  The 
Indian  trolley  has  a  set  of  wheels  that  allow  the  driver 
to  tip  back  and  forth  over  a  threshold.  Someone 
needs  to  take  the  Indian  material  and  redraw  it  so  it  is 
more  available  and  graphically  acceptable  to  Native 
American  applications. 

Rural  Challenge 

The  interpretive  function  is  especially  relevant  for 
people  living  and  working  in  rural  areas.  The  first 
challenge  is  to  collect  the  abundant  folk  wisdom  of 
rural  americans  with  disabilities.  Then  to  make  the 
information  available  to  other  rural  people.  Breaking 
New  Ground  has  done  a  great  job  of  collecting  and 
synthesizing  information.  The  next  challenge  is 
identifying  other  markets  for  this  valuable  rural 
information,  and  packaging  the  information  so  it  can 
be  acceptable  to  the  cosmopolitan  urbanite, 
internationally  to  people  in  developing  countries,  and 
to  people  who  need  a  "middle  way".  An  additional 
challenge  lies  in  identifying  relevant  information  that 
is  couched  in  high  tech,  data  laden  research,  and 
translating  it  so  rural  constituents  (and  everyone  else) 
can  understand  and  make  use  of  it. 
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Characteristics  of  a  Middle  Way 

Middle  Way  projects  and  communication  methods 
incorporate: 

-  realistic  economic  and  cultural  context 

-  accurate  understanding  of  cultural  self-perception 
(i.e.  the  way  people  see  themselves  and  want  their 
neighbors  in  the  world  to  see  them) 

-  flexibility  and  the  ability  to  see  beyond  the 
boundaries  of  one's  own  cultural  interpretations 

-  mechanisms  for  mutual  two-way  exchanges 

-  emphasis  on  the  value  of  contributions  by  all 
participants,  including  explicit  identification  of  what 
the  outsiders  will  learn  and  receive  in  exchange  for 
what  they  bring  to  the  project 

-  full  participation  and  equitable  sharing  among  all 
participants,  not  a  charitable  giving  to  needy  folks 

-  sustainability  and  self-sufficiency 

Middle  Way  information  sharing  methods  and 
materials: 

-  support  individual  dignity  and  initiative 

-  support  system/infrastructure  dignity,  integrity,  and 
initiative 

-  identify  and  structure  ways  to  enhance  productivity 
of  all  participants 

-  are  active  tools  developed  locally,  not  passive  gifts 
accepted  from  outsiders 

-  encourage  participants  not  recipients 

-  do  not  build  cycles  of  dependency 
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THE  RICKSHAW  BUSHCHAIR 


Ann  L.   Land     Seating  and  Equipment  Assessment  Team 
Department  of  Health  and  Community  Services, 
Northern  Territory  Australia 


A  project  to  develop  a  wheelchair 
for  use  over  rough  terrain  has 
resulted  in  the  designing  and 
development         of  a  manual 

transporter  for  the  frail  and 
disabled  living  in  remote 
communities  in  northern  Australia. 
The  function  of  this  mobility 
device  is  based  on  a  rickshaw 
style  chair  of  which  there  are  two 
versions  currently  being  tested. 
The  design  and  the  results  of  the 
trials  so  far  are  discussed. 

Background 

Interviews  with  Aboriginal  Health 
Workers  and  disabled  people  were 
conducted  by  the  Rural  Team 
Physiotherapist  and  Occupational 
Therapist.  It  became  apparent 
that  no  commercial  wheelchair  met 
the  needs  of  the  disabled  and 
their  caregivers.  An  analysis 
revealed  that: 

1)  the  front  casters  of  a  standard 
wheelchair  often  caused  the 
immobilisation  of  the  user  because 
they  jammed  or  sank  in  sand.  The 
casters  were  to  be  eliminated. 

2)  the  ease  of  transfer  from  chair 
to  vehicle  and  of  standing  to  walk 
required  the  seat  to  be  easily 
accessible . 

3)  the  majority  of  wheelchair 
users  were  pushed  from  place  to 
place  instead  of  self  propulsion. 
This  was  considered  to  be  the  main 
method  of  transportation.  It  was 
decided  the  easiest  way  to  move 
the  chair  over  rough  ground  was 
for  the  caregivers  to  pull  rather 
than  push.  A  pulling  handle  was 
designed.  Shah  (1990)  reported 
similar  observations  in  rural 
India 

Design  and  Development 

In  1990,12         Pi.  ^totypes  (8 

convertible  wheelchairs  and  4 
rickshaws)  were  tested  (Land 
1989)  .  The  Convertible  Wheelchair 
was  designed  to  be  propelled  by 
the  user  indoors  and  pulled  by  the 
caregivers     outdoors.  It  was 

reported    that    this    chair   was  not 


used  indoors  for  three  main 
reasons-1)  the  space  was  too 
limited  inside  the  house, 2)  the 
users  walked  with  assistance  or 
pulled  themselves  along  on  the 
floor, 3)  pecple  preferred  to  sit 
on  the  floor  which  is  their  habit. 
This  concept  was,  therefore, 
abandoned , 

The  rickshaw  was  more  readily 
accepted  and  compatible  with  the 
rural  lifestyle  therefore,  in 
1991,  they  were  re-designed  to 
meet  the  following  criteria. 

1)  Stability:  The  location  of  the 
centre  of  gravity  to  be  variable 
to  accommodate  a  range  of  user 
body  size,  weight,  height,  shape 
and  change  in  position  from  a 
static  upright  to  a  reclinir^ 
moveable  one  when  pulled  alwiig. 
To  achieve  this,  the  wheel 
configuration  is  changeable  by 
positioning  the  axle  forward  or 
backward  along  the  horizontal 
support  of  the  undercarriage. 
Lateral  stability  is  jeopardised 
when  the  user  is  transported  over 
uneven  ground  therefore  the  wheel 
base  can  be  widened  by  adjusting 
the  \;heels  out  further. 

2)  Safety:  To  prevent  the  chair 
from  tipping  over  backwards  anti- 
tip  supports  are  situated  behind 
the  rear  tyres.  If  the  assistant 
loses  control  or  releases  the 
handle  accidentally  while  pulling, 
the  chair  will  balance  in  a  tipped 
back  position.  A  seat  belt  comes 
attached  to  the  seat. 

3)  Ease  of  handling:  A  front 
support  bar  or  a  single 
microcellular  large  caster  clears 
the  ground  when  the  chair  tips 
back  for  pulling.  This  avoids 
getting  stuck  in  sand  or  mud. 
Several  different  types  of  rear 
tyres  are  being  used-2"  wide  BMX- 
24"  trailer  and  wheelbarrow.  So 
far,  the  latter  has  handled  best. 
The  pull  handle  of  which  there  are 
the  two  styles  allow  more  than  one 
person  to  move  the  user  ^nd  there 
is  also  a  push  handle  at  the  back 
so  the  chair  can  be  pushed  and 
pulled  at  the  same  time. 
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4)  Access  for  transfers:  The  seat 
is  height  adjustable  to  suit 
individual  users.  The  footrest 
and  the  handle  are  moved  out  of 
the  way  for  access  and  re-located 
once  the  user  is  seated. 

5)  Comfort:  A  hammock  or  a  slung 
wheelchair  style  seat  are  the 
choice.  Both  styles  have  a  high 
back  to  support  the  head  in  a 
tipped  back  position. 
Mesh/canvas/vinyl  are  materials 
being  tested  for  durability  and 
coolness  .  The  footrests  are  of 
the  same  material  and  slung 
between  two  supports.  Using  a 
soft  rather  than  a  hard  surface  is 
best  for  bare  feet  as  it  prevent 
bruising  and  burning. 

6)  Durability:  A  sturdy 
construction  with  few  moving 
components  and  few  removable  parts 
cuts  down  on  costs  for  replacement 
of  parts.  The  design  is  simple 
and  maintenance  can  be  carried  out 
by  a  low  skilled  community 
mechanic . 

7)  Hygiene:  The  chair  can  be  hosed 
down  and  the  seat  washed  with 
detergent.  The  seat  tiaterial  can 
be  replaced  easily  in  situ. 

8)  Low  cost:  The  Rickshaw  is  less 
expensive  than  a  standard 
wheelchair  in  Australia. 

As  a  result  of  the  designing 
requirements  two  styles  of  the 
Rickshaw  Eushchair  were 

constructed.  One  is  the  hammock 
seat  slung  on  a  PVC  frame  which  is 
reinforced  with  steel  tubing.  The 
handle  is  one  piece  and  hinges  to 
swing  out  of  the  way  for  user 
access  to  the  seat  (refer  to 
fig.l).  The  second  one  is  a 
wheelchair  style  seat  slung  on  a 
tubular  steel  frame.  The  pull 
handle  is  telescopic,  stores  under 
the  seat  and  is  retractable  (refer 
to  fig.  2).  Both  chairs  have  wide 
tyres,  a  slung  swing  away  footrest 
and  anti-tip  supports. 

Evaluation 

Two  elderly  female  clients,  me 
with  Parkinsons  Disease  and  the 
other  with  Left  Hemiparesis,  are 
using  a  chair  each  under 
supervision.  An  evaluation  form 
for    the    caregivers    and  therapist 


to  report  their  observation,  a 
mechanics  report  and  a  video 
interview  of  the  user  are  to  be 
completed  at  the  end  of  three 
months  trial.  It  is  expected  that 
another  prototype  will  be 
redesigned  following  the  results. 

Discussion 

Although    the    prototypes    have  not 
been      fully      tested      there  are 
indications  that  both  devices  have 
design     features    which    could  be 
monopolised.         For    example,  the 
hinged    pull    handle    appears  more 
successful     than     the  telescopic 
handle       because       it       is  less 
complicated      to      use      and  more 
accessible.      In  answer  to  Zollars 
(1990)     conclusive    remark  related 
to    the    use    of    PVC,    the    need  to 
reinforce  this  material  with  steel 
tubing    due    to    its    poor  strength 
defeated    the    purpose    of  keeping 
the     framework     lightweight.  So 
far,   our  experience  shows  that  PVC 
is  not  a  viable  material. 

Conclusion 

It  is  envisaged  that  the  trials 
for  the  Rickshaw  Eushchair  will  be 
completed  by  mid  1992  and  a  Final 
Report  available  towards  the  end 
of     that     year.  A  commercial 

enterprise  will  be  sought  for  the 
manufacturing  of  this  product  in 
Australia. 
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MEASURING  SYSTEM  FOR  ASSESSMENT  OF  TRAIL  ACCESSIBILITY 


Deborah  J.  Chelini  &  Peter  W.  Axelson 
Beneficial  Designs,  Inc. 
Santa  Cruz,  CA 


ABSTRACT 

The     greatest     single  contribution 
toward  the  accessibility  of  outdoor 
environments  and  recreation  areas  is 
to    document    the    degree    to  which 
existing  recreational  facilities  are 
already        "accessible."  The 
development  and  implementation  of  a 
system    for    assessing,  documenting 
and     marketing      information  that 
communicates       the       "degree  of 
accessibility"  of  outdoor  trails  has 
been         initiated.  Recreational 
opportunities      exist      which  are 
already  accessible  by  nature.  Our 
hypothesis     is:         If     people  have 
access  to  information  that  documents 
the      "degree     of     difficulty"  of 
trails,    they  can      decide  where  to 
hike      and      they      can      enjoy  the 
experience . 


BACKGROUND 

In  recent  years  a  perceived  conflict 
between  two  major   social  movements 
has  arisen — the  movement  to  preserve 
our    national    wilderness    areas  and 
the  movement  to  provide  equal  access 
and     opportunity     for    people  with 
disabilities.         Wilderness  values 
need  not  be  compromised  by  special 
provisions  of  access  for  people  with 
disabilities.        The    National  Park 
Service     recommends     in     a     set  of 
documents    addressing  accessibility 
that      "persons     with  disabilities 
will,  to  the  highest  degree  feasible 
and  possible,  be  provided  access  to 
existing    facilities    and  programs. 
Although    maximum    accessibility  is 
the  goal,  this  may  not  be  physically 
possible   in  all   cases,    such   as  in 
wilderness  areas."' 

It  is  important  to  remember  that 
every  person  has  different 
functional  abilities.  The  choice  of 
an  appropriate  trail  will  be 
different  for  each  person  whether  or 
not  that  person  has  a  "disability." 
The  purpose  of  this  project  is  to 
collect  data  about  trails  that  can 
be  used  to  make  decisions  about 
which  trails  will  provide  an 
appropriate  or  desired  degree  of 
challenge  and  recreation  for  people 
with  and  without  "disabilities." 


The     most     intrusive  developmental 
influence  of  this  project  would  be 
recommendations      for      removal  of 
specific  barriers  such  as  rock  slide 
debris  from  what  would  otherwise  be 
an    accessible    trail.       Almost  all 
trail      maps      have      some  general 
information        about        degree  of 
difficulty,     quality     and  natural 
history.    Of  several  trails  and  park 
guides  researched,    a  mountain  bike 
trail  book  provided  information  most 
applicable        to  wheelchair 
accessibility.      Visually  presented 
information      on      gradation,  text 
information      on      trail  surface, 
general   character  description,  and 
weather       information       were  all 
presented  in  Roads  to  RiHp  South.  A 
Bicvcjist's  Tonoaraphic  Guide  to  San 
Mateo.    Santa   Clara    and  Santa  Cruz 
Counties.'       With    the    addition  of 
side       slope       and       trail  width 
information,    the   guide  would   be  a 
sufficient  information  source  for  a 
wheelchair  rider  needing  to  make  a 
decision    about    hiking    a  specific 
trail . 

OBJECTIVE 

A  system  of  measuring  those  factors 
which  influence  the  "accessibility" 
of  a  trail  has  been  developed  and 
applied  in  a  pilot  project.  Three 
trails  were  evaluated,  and  data  was 
translated  into  narrative  and 
graphic  forms.  The  objective  is  to 
develop  a  systom  wherein  the  trails 
assessment  system  can  be  taught  at 
central  locations  to  accessibility 
coordinators  around  the  country. 
Data  collected  by  these  satellite 
coordinators  would  be  sent  to  a 
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central  location  for  translation 
into  maps  and  guides. 

The  purpose  of  the  trail  access 
measurement  project  is  to  provide 
information  about  the  degree  of 
accessibility  of  trails  so  that 
people  with  mobility  considerations 
may  judge  whether  or  not,  or  how 
far,  to  proceed  on  a  particular 
trail . 

METHODS/APPROACH 

It  is  important  to  have  an  initial 
meeting  with  the  property  owners  or 
caretakers.  At  that  meeting  the 
purpose  of  the  trail  assessment  is 
presented.  Trails  are  selected  for 
measurement;  also  maps  and  any 
written  materials  on  the  selected 
trails  are  obtained. 

Preparation 

A  team  is  assembled  that  includes  at 
least  one  wheelchair  rider,  a 
representative  of  the  park  or 
property,  a  person  with  basic 
orienteering  or  surveying  skills, 
and  other  people  who  can  assist  and 
take  measurements.  The  tools  needed 
for  measurement  are  a  compass,  a 
clinometer,  an  inclinometer  attached 
to  a  four  foot  straight  edge,  a 
measuring  tape,  a  large  diameter 
rolo-tape,  data  collection  forms, 
marking  paint  and  flags,  a  notebook 
and  a  camera.  The  measuring  process 
is  practiced  by  the  assessment 
coordinator  and  the  team  member  who 
will  make  the  compass  and 
inclinometer  readings.  There  are 
enough  specific  tasks  to  keep  seven 
or  eight  people  busy.  More  people 
will  allow  others  to  take  breaks.  A 
minimum  team  would  be  four  people. 
Enough  data  forms  are  copied  to 
cover  sixty  to  eighty  data  points 
per  mile.  The  weatner  forecast  is 
checked,,  and  food,  water,  sun 
protection  and  other  personal  items 
are  assembled. 

Measurement  Process 

Measurement  tasks  are  assigned  to 
team  members,  and  an  orientation  of 
the  process  is  presented  by  the 
assessment  coordinator.  The 
trailhead  is  marked  with  a  sign 
which  reads: 

A  survey  crew  is 
measuring  this  trail 
for  accessibility. 


please  avoid  scraping 
the  dots  from  the  dirt . 

The  first  mark  is  placed  at  the 
beginning  of  the  trail  along-  with 
the  sign.  The  distance  from  the 
initial  point  to  the  next  point  up 
the  trail  is  measured  with  a  rolo- 
tape.  If  there  is  no  significant 
change  in  direction  or  slope,  the 
measurement  distance  can  be  100 
feet;  otherwise  the  measurement 
distance  must  be  every  fifty  feet. 
The  maximum  side  slope  right  and 
left  is  measured  in  degrees. 
Compass  readings  are  taken  at  each 
point  by  sighting  on  an  individual 
standing  over  the  next  measurement 
point.  Inclinometer  readings  are 
recorded  in  percentage  of  slope;  a 
plus  indicates  a  slope  up  and  a 
minus  indicates  a  slope  down.  Trail 
width  is  noted  wherever  the  trail 
becomes  narrower  than  five  feet. 
The  individual  recording  the  data 
sets  up  a  sequence  of  receiving 
measurements  from  each  individual  in 
a      logical     process.  The  data 

recorder  is  also  responsible  for 
noting  surface  characteristics.  It 
is  a  great  idea  to  have  one  member 
of  the  team  recording  the  event  with 
a  camera  for  documentation  and  to  be 
able  to  give  the  volunteers  copies 
of  photos  with  an  appreciation 
certificate . 

Post  Hiking  Issues 

The  data  is  entered  into  a  computer 
aided  design  program,  and  a  map  is 
generated.  That  map  is  coded  to 
relate  slope,  surface,  width  and 
incline.  A  narrative  description  of 
the  trail  is  also  written. 

RESULTS 

Measurement  of  Mt.  Washburn  Trail  at 
Yellowstone  National  Park 
One  of  the  trails  measured  in  our 
pilot  project  was  the  Mt.  Washburn 
Trail  which  is  marked  as  "moderately 
difficult"  at  the  trailhead.  The 
trail  has  a  steady,  steep  rise 
which,  combined  with  the  altitude, 
challenges  endurance  and  strength. 
The  trail  is  an  old  road  with  a 
clear  width  of  eight  to  ten  feet 
most  of  the  way.  Wherever  the  width 
of  the  road  was  iifipinged  upon  by 
large  rocks  or  overgrown  with 
vegetation,  the  remaining  clear 
width  was  measured.  The  trail  began 
as  a  dirt  road  with  loose  rocks  of 
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two  to  three  inches  in  diameter. 
Changes  in  the  quality  of  the  trail 
were      noted.  Other  surfaces 

encountered  were  larger  loose  rocks, 
rocks  imbedded  in  the  surface, 
cracked  asphalt  (vestiges  of  the  old 
road) ,  and  gravel. 

The   hike   up   took   five   and   a  half 
hours,   and  the  hike  down  took  two. 
Measurements  were  taken  at  100-foot 
intervals  along  most  of  the  route. 
The   first   thirty  points  were  slow 
and     clumsy     as     everyone  became 
accustomed  to  the  rhythm  of  the  data 
collection      process      and  became 
familiar       with       reading  their 
instruments.    The  process  sped  up  so 
that  each  point  took  less  than  sixty 
seconds     to     measure     and  record. 
There  were  220  readings  for  the  Mt. 
Washburn  Trail.     The  expedition  was 
photographed  and  notes  of  Ranger  Sue 
Consolo-Murphey's    comments    on  the 
landscape  and  natural  history  were 
taken.       A   brief    narrative  giving 
specific      information      about  the 
nature  and  location  of  rough  spots 
and  landings  was  written,  as  well  as 
a  description  of  the  area's  natural 
history. 

DISCUSSION 

The  measurement,  documentation  and 
dissemination  of  objective 
information  on  trails  is  perhaps  the 
greatest  step  that  parks  and 
recreation  areas  can  take  to  make 
their  facilities  usable  by  persons 
with  disabilities. 

WHERE  WE  GO  FROM  HERE 

There  are  two  primary  objectives  to 

pursue  at  this  point: 

1.0  A  centralized  system  for 
translation  of  the  data  into 
standardized  maps  with  text 
needs  to  be  designed,  tested 
and  implemented; 

2.0  Trail  assessment  coordinators 
need  to  be  trained. 

Funding  is  being  sought  to  implement 
these  activities. 


ACKNOWLEDGEMENTS 

We  would  like  to  recognize  the 
following  people  and  organizations 
for  their  cooperation  and  support  in 
making  this  pilot  project  feasible: 

Dave  Parks,  Special  Populations 
Program  Director,  National 
Paries  Service 

Gary  Mathews,  Special  Projects, 
Yellowstone  National  Park 
Susan     Consolo-Murphey,  Park 
Ranger,     Yellowstone  National 
Park 

John  Fekete,  Concessions 
Management,  Yellowstone 
National  Park 

We  would  like  to  recognize  the 
following  people  for  their  volunteer 
efforts  as  .  members  of  our  trail 
assessment  teams: 

Ladean  McKittrick 
Mike  Edens 
Scott  Laughlin 
Mike  Wells 
Nancy  Rebholtz 
Mary  Rebholtz 
Michelle  Rebholtz 
Nancy  &  Doug  Proctor 
Mary  Beth  Zollars 
Ulrike  Winter 

REFERENCES 

'  annoaH  to  WilderneBS  bv  Person 
with  Disabilities,  Gregory  J. 
Lais,  W.  Kay  Ellis,  and  John  H. 
Galland,  (Presented  at 
"Managing  America's  Wilderness 
Resource")  Minnesota,  1989 

2  Roads  to  Ridp  South.  A 
Bicyclist's  Topographic  Guide 
to  San  Mateo.  Santa  Clara  and 
Santa  Cruz  Counties.  Grant 
Petersen  and  John  Kluge,  Heyday 
Books,  California,  1985 

Deborah  Chelini 
5858  Empire  Grade 
Santa  Cruz,  CA  95060 


RESN A  International '92  •  June  6-11,  1992  251 


14.5 


A  VIDEO  GAMS  TO  PROMOTE  AEROBIC  ACTIYITY  FOR  THE  DISABLED 


Bobby  H.  Chung 
V.A.  Rehabilitation  Research  and  Development  Center 
Decatur.  Georgia 


ABSTRACT 

The  purpose  of  SAAV  Is  to  help  disabled  persons 
improve  their  fitness  levels.  SAAV  is  a  two- 
person  Interactive  video  game  primarily  con- 
trolled by  the  players'  heart  rate.  The  unique 
concept  is  to  use  a  common  denominator  in 
every  individual,  heart  rate,  as  a  means  of  bal- 
ancing unequal  physical  ablllUes  while  main- 
taining a  level  of  exertion  that  promotes  aerobic 
condlUonlng.  SAAV  Is  nondiscriminatory  to 
people  with  handicaps,  and  It  encourages  the 
IntegraUon  of  the  disabled  and  non-disabled 
populations. 


BACKGROUND 

The  Importance  of  cardiovascular  fitness  for 
disabled  individuals,  especially  paraplegics  and 
other  Individuals  who  have  lost  the  use  of  their 
lower  extremlUes.  Is  much  greater  than  for  able- 
bodied  Individuals  because  of  their  sedentary 
lifestyle.  It  is  well  documented  that  people  who 
lead  a  sedentary  lifestyle  tend  to  go  through  a 
degenerative  process  characterized  by  decreased 
lean  body  mass,  hypertension,  reduced  aerobic 
capacity,  and  Increased  risk  of  osteoporosis.  It 
Is  Imperative  that  a  regular  exercise  program  is 
encouraged. 

Most  amputees  want  to  participate  In  leisure 
and  sports  activities  which  will  help  them  lead  a 
full  and  saUsfylng  lifestyle.  A  full  and  satisfying 
lifestyle  Includes  the  ability  to  participate  in 
avocatlonal  activities  to  Improve  physical  fit- 
ness, sociability  self-confidence,  and  to  have 
fun. 


STATEMENT  OF  THE  PROBLEM 

In  order  for  people  to  maintain  a  regular  fitness 
program,  there  has  to  be  moUvatlon  to  begin  and 
continue.  The  problem  arises  when  motivation 
decreases  due  to  Inconvenience,  the  unpleasant 
atmosphere,  and  unequal  levels  of 
competlveness.  Most  motivational  aids  are  de- 
signed only  for  one  Individual  such  as  a  single 
player  video  game  or  exercise  programs  broad- 
cast on  television  or  sold  on  video  cassettes.  This 
market  is  typically  the  home  exerciser  and  very 


few  maintain  a  regular  exercise  program  be- 
cause boredom  usually  sets. 

The  other  alternative  Is  Joining  a  health  club. 
The  main  advantage  of  using  a  health  club  is  the 
bullt-ln  motivational  atmosphere.  Because  ev- 
eryone Is  exercising,  one  feels  compelled  to  exer- 
cise. Generally,  a  health  club  is  an  excellent 
place  where  people  can  exercise  under  proper 
supervision  while  having  fun.  This  Is  why  health 
clubs  can  be  so  successful. 

The  primaiy  reason  why  disabled  people  do  not 
use  heedth  clubs  is  not  because  clubs  are  not 
accessible,  (in  most  cases,  onty  minor  Improve- 
ments have  to  be  made)  but  Instead,  the  equip- 
ment is  not  adapted  to  suit  their  needs.  Placing 
stationary  exercise  machines  especially  designed 
for  disabled  people  such  as  the  Wheelchair  Aero- 
bic Fitness  Ti-alner,  In  health  clubs  is  one  solu- 
tion If  It  proves  to  be  profitable.  In  order  to 
Increase  profit,  many  disabled  people  must  be 
attracted  to  the  health  clubs.  Main  attractions 
would  be  availability  of  a  motivational  atmo- 
sphere and  the  intergratlon  of  the  non-disabled 
and  disabled  populations. 


APi  lOACH 

The  si  tup  for  SAAV  Includes  an  IBM  compatible 
computer  with  VGA  graphics  connected  to  two 
wireless  heart  rate  monitors,  which  In  turn  are 
connected  to  each  of  the  players.  Each  player 
exercises  on  statlonaiy  aerobic  machines  de- 
signed for  either  disabled  or  non-disabled  indi- 
viduals such  as  arm  ergometries.  exercise 
bikes,  or  treadmills.  The  game  begins  when 
exercising  starts  and  ends  altera  minimum  of  20 
minutes  to  promote  aerobic  training. 

The  object  of  the  game  Is  to  collect  the  most 
points  In  a  set  time.  A  point  Is  awarded  for 
"eating"  a  "good"  object  represented  by  any  nu- 
tritious food  Item  such  as  an  orange  or  broccoli. 
A  point  Is  deducted  for  eating  a  "bad"  object 
labelled  as  either  "fat"  or  "oil."  As  these  objects 
"fly"  across  the  screen  at  different  heights,  the 
player  must  use  his/her  magic  carpet  to  inter 
cept  the  object  (figure  1).  Control  of  the  magic 
carpet  Is  proportional  to  heart  rate.  i.e..  the 
higher  the  heart  rate,  the  higher  the  player 
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Figure  1.  Game  Screen  -  (a)  Score  bar  (b)  Time 
elapsed  (c)  "Bad"  object  (d)  "Good"  object 


"floats  upward."  Since  more  of  the  desirable 
objects  are  flying  higher  across  the  screen,  the 
higher  the  heart  rate,  the  easier  It  Is  to  earn 
points. 

This  menu-driven  game  begins  with  a  "home" 
screen  that  gives  the  user  the  opportunity  to 
change  default  settings,  view  a  demonstration, 
or  start  the  game.  Once  START  Is  selected,  the 
screen  displays  the  player  information  sheet 
(figure  2).    fhls  sheet  requires  the  player  to 


Figure  2.  Menu-driven  screen 


provide  information  needed  to  determine  the 
maximum  heart  rate  [MHF)  and  to  maintain  a 
record  of  his/her  past  performances.  The  MHR 
Is  calculated  by  the  conventional  220  minus  age 
formula.  The  algorithm  used  to  control  the 
magic  carpet  Is  based  on  the  target  heart  rate 
(THR)  which  is  a  percentage  of  the  MHR.  Be- 
cause the  THR  Increases  linearly  with  Intensity 
of  work,  each  player  chooses  a  THR  based  on  the 
Intensity  of  work  he/she  feels  Is  most  suitable. 
The  choices  range  from  very  light  (30%  of  MHR) 
to  very  heavy  (85%  of  MHR).  The  screen  Is 
divided  into  four  equal  horizontal  zones  In  which 
a  player  Is  allowed  to  float.  Zone  1  begins  at  the 
bottom  of  the  screen,  and  Zone  4  ends  at  the  top 
of  the  screen  (flgure  1).  Each  zone  corresponds 


to  a  range.  A  range  Is  1/4  of  the  difference  be- 
tween the  THR  and  the  resting  heart  rate  (RHR) 
which  Is  usually  set  at  80  bpm.  A  player  must 
have  a  heart  rate  between  the  RFR  and  the  RHR 
plus  1  range  to  float  in  Zone  1.  a  heart  rate 
between  the  RHR  plus  1  range  and  the  RHR  plus 
2  raises  to  float  in  Zone  2.  and  so  on.  Therefore. 
Zone  4  Includes  the  THR  and  Is  called  the  THR 
zone.  A  player  always  floats  to  the  top  of  a  zone 
and  hovers  there  until  his/her  heart  rate  quali- 
fies for  the  next  zone. 

The  incentive  to  remain  In  the  THR  zone  Is  the 
greatest  occurrence  of  "good"  objects  and  least 
occurrence  of  the  "bad"  objects.  Going  above  the 
THR  zone.  I.e..  over-exertion,  is  unnecessary 
because  one  will  already  be  in  the  highest  zone. 

For  example,  to  see  how  the  THR  can  eliminate 
physical  advantages,  suppose  player  1  Is  a  be- 
ginner, and  player  2  Is  a  well-conditioned  ath- 
lete. Player  1  can  set  his  THR  at  60%  of  his  MHR 
and  player  2  can  set  her  THR  at  80%.  Player  1 
will  not  have  to  work  as  hard  to  be  In  the  THR 
zone  and  will  still  be  able  to  compete.  In  this  way, 
the  difference  in  athleUc  ability  Is  minimized 
because  the  perceived  Intensity  level  Is  about  the 
same. 

To  create  a  more  competitive  environment,  three 
scoring  schemes  are  used.  The  running  point 
total  of  the  two  players  will  be  shown  on  score 
bars  appearing  at  the  top  of  the  screen,  with  the 
player's  score  represented  by  both  the  changing 
length  and  color  (red.  yellow,  green)  of  the  bar 
(figure  1).  When  the  score  bar  Is  In  the  red  region 
from  collecting  too  many  "bad"  objects,  the 
player's  character  will  get  "fatter"  as  he  goes 
further  Into  the  red  region.  For  every  point 
deducted,  a  point  Is  added  to  the  opponent  When 
the  score  bar  Is  In  the  yellow  region,  scoring  Is 
normal  and  does  not  affect  the  opponent's  score. 
When  the  score  bar  Is  In  the  green  region,  every 
point  scored  results  In  a  point  being  deducted 
from  the  opponent. 


IMPUCATIONS 

SAAV  Is  not  Just  a  motivational  aid  for  the 
disabled,  but  a  motivational  aid  for  all  people 
who  believe  that  exercising  should  be  enjoyable. 
For  this  reason,  health  clubs  can  use  SAAV  as  an 
attraction  for  new  members,  and  then  profit 
from  the  additional  memberships  can  be  applied 
lo  offset  some  of  the  costs  In  purchasing  the 
alatlonaiyexerclseequlpmentfordlsabled  people. 
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The  goal  Is  to  have  health  clubs  use  SAAV  with 
existing  exercise  eqiapmcnt  in  conjunction  with 
exercise  eqiapment  for  disabled  Individuals  so 
that  they  may  have  a  convenient  place  to  exer- 
cise. 


DISCUSSION 

The  advantages  in  using  SAAV  Is  two  fold.  First. 
SAAV  takes  advantage  of  the  health  club  atmo- 
sphere and  therefore  provides  an  extra  motiva- 
tional aid  to  people  for  exercising.  In  addition, 
unlike  most  motivational  aids.  SAAV  uses  Mendly 
competition  from  another  individual  to  Increase 
motivation  to  exercise.  Second,  monitoring  heart 
rate  Is  the  healthy  way  of  measuring  aerobic 
fitness  by  giving  direct  feedback.  SAAV  keeps  a 
record  of  previous  sessions  for  Instant  recall  of 
one's  progress. 

One  of  the  main  attractions  of  this  game  are  that, 
regardless  of  the  fitness  level,  unequal  competi- 
tion Is  virtually  eliminated  thus  allowing  friendly 
competition.  In  addition,  because  It  only  re- 
quires an  IBM  compatible  computer  and  twc 
heart  rate  monitors,  the  low-cost  Investment  Is  a 
means  to  integrate  the  disabled  and  non-dis- 
abled populations. 

Future  plans  will  include  verifying  this  concept 
In  a  pilot  study  using  subjects  In  a  simulated 
health  club  environment. 
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The  National  Rural  Resource  Project 
(NRRP)  Is  a  project  of  the  Department  of 
Occupational  Therapy  at  the  University 
of  Alberta  developed  In  1991  as  a  result 
of  needs  expressed  by  rural  consumers 
with  disabilities.  The  mandate  of  NRRP 
Is  to  assist  rural  Canadians  with 
disabilities  and  their  families  lead 
full  and  productive  lives  through 
Information  and  education,  research,  and 
networking. 


National 
Rural 
Resource 
Project 


Introduction 

Farm  life  has  many  unique  facets  which 
pose  special  challenges  for  farmers  with 
disabilities  and  their  families.  These 
challenges  may  relate   to   the  physical 
environment,  work  roles,  family  life,  or 
personal  adjustments  to  new  situations. 
Farm  life  Is  distinctive  in  the  demands 
It   places   on   individuals    in  a  family 
unit     and  on  the  family  as  a  unit  of 
production.     How  work  is  organized,  how 
people  relate  to  each  other  to  get  the 
work    done,    and    how    people    get  their 
individual     needs     met      is     a  daily 
challenge.      Sometimes  work  and  family 
life    must    be    re-ordered    to    meet  the 
needs   of   the  person  with   the  physical 
disability,    the    family,    and   the  farm 
firm    as    well.        In    these  instances, 
families     may     require     assistance  in 
making    the    adjustments    necessary  for 
fulfilling  and  rewarding  lives. 


In  1987,  Regina,  Saskatchewan,  hosted  a 
national    conference    called  "Shifting 
Gears"   which    focused   on   the   needs  of 
farmers    with    disabilities    and  their 
families.   One  of   the  primary  concerns 
that   emerged   from   this   conference  was 
the  need  for  a  national  mechanism  which 
could  provide  help  and   information  to 
disabled    farmers    and    their  families. 
The  first  step  in  meeting  this  need  was 
the  formation  of  a  committee  under  the 
auspices     of     the    Canadian  Paraplegic 
Association.    That  committee  recommended 
the    establishment    of    a    centre  whose 
mandate     would     be     to     provide  rural 
Canadians  with  information  regarding  a 
wide  variety  of  disability  issues.  Two 
years        ago ,        the       Department  of 
Occupational  Therapy  at  the  University 
of     Alberta     undertook     the     task  of 
establishing  and  housing  such  a  resource 
centre.        In    1991,    DowElanco  Canada 
provided  funding  for  three  years  to  the 
newly       established       National  Rural 
Resource    Project    to   begin  operations. 
Since  then,   additional  funds  have  been 
received       from       sources       such  as 
Agriculture     Canada     and     the  Alberta 
Paraplegic      Foundation     for  specific 
projects  conducted  by  the  National  Rural 
Resource  Project. 

Philosophy  and  Coals 

The  philosophy  of  the  National  Rural 
Resource  Project  (NRRP)  is  that  rural 
Canadians  dealing  with  disability  can 
lead  full  and  productive  lives,  given 
the  appropriate  resources.  Many 
resources  are  available  to  help  families 
cope  with  disability,  but  unfortunately, 
these  resources  are  often  inaccessible 
to  people  living  in  rural  areas.  Even 
when  resources  are  accessible,  many 
people  are  not  aware  of  them.  The  goal 
of   the  NRRP   is   to   inform  and  educate 
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rural  Canadians  on  Issues  related  to 
lifestyles  and  disability. 

It  was  realized  early  on  that  there  was 
a  need  to  develop  new  and  innovative 
ways  to  disseminate  information  to  rural 
Canadians.  The        Department  of 

Occupational  Therapy  struck  a  core  team 
to  ope  rat lonal ize  the  philosophy  and 
provide  direction  for  the  project.  The 
first  task  of  the  core  team  was  to 
design  parameters  for  the  project  that 
included  accessibility  and  flexibility 
In  responding  to  a  variety  of  identified 
community  needs.  From  a  review  of  t.he 
literature,  it  was  decided  that  this 
could  best  be  accomplished  through  the 
use  of  cluster  teams.  The  advantages  of 
the  cluster  team  approach  include  the 
f oil  owing : 

1.  Each  team  is  nllowed  to  progress 
at   Its  own  pace 

2.  Each  team  is  a  self-sustaining 
unit,  which  means  that  there  Is  no 
need  for  a  hierarchy  of 
supervision . 

3.  Each  team  Is  organized  around  a 
specific  content  theme  and  exists 
to  achieve  a  specific  purpose. 

■4.  The  human  resource  requirements 
for  a  cluster  team  approach  arc 
less  than  those  for  convent imidi  1 
me  thods . 

3,  The  time  commit inenf s  for  \'olunt.eer 
team  members  is  flexible  according 
to  the  needs  and  availability  ot 
the  team. 

6.        Administrative  costs  are  minimal. 

Through  consultations  within  the 
Department      and      with      persons  with 
d i!:ab  1 1 1 1 ies  and   their   families    It  v>as 
recommended    that    N'RKP    engage     In  the 
following  projects'. 

1.  Develop  informational  brochures. 

2.  Investigate  th,  impact  of  a 
parent's  disabllitv  on 
])  :i  y  I- ho  1  o^',  i  c  a  I         and  ;;tici.'il 


development  of  their  children. 
3.         Prepare        public  service 
announcements  . 
.         Distribute     currently  available 
media  productions. 

5.  Produce  and  distribute  a  national 
newsletter  for  farmers  with 
disabilities  and  their  families. 

6.  Write  articles  to  be  distributed 
through  a  network  of  rural 
newspapers . 

7.  Establish  a  network  of 
professionals  and  consumers 
brought  together  by  a  common  need. 

ACCESS 

Thii'e  dimensions  related  to  access  have 
lucn  identified: 

1-  lat'ormat: ion.  Information  related  to 
disability  and  lifestyle  must  be  easily 
accessible  to  rural  Canadians.  To 
R-!ileve  this,  NRRP  has  developed 
linkages  with  r rganl zatlons  and  agencies 
tliat  '.ave  gra.'-.sroots  connections  with 
llie  rural  cr>T,r':ni  ny ,  eg.  -  rural  health 
units.  organizations  for  disabled 
farmers,  agricultural  associations,  and 
rural  newspapers. 

2.  Service.  NRRP  does  not  provide 
direct  client  service.  Instead,  It 
.s<ives  as  a  catalyst  whereby  the 
con.sumer  and  provider  can  be  brought 
together.  In  exceptional  circumstances, 
sueli  as  wiiere  no  service  is  available, 
NRRP  may  provide  services  depending  on 
the  nature  of  the  need  and  the 
availability  of  resources. 

J.  Col  laborat.  ivc  piojvcls.  NRRP  is 
seeking  to  further  develop  partnerships 
in  projects  which  lend  themselves  to  our 
philosophy  and  operating  principles.  We 
are  pleased  with  our  progress  to  date, 
hut  would  like  to  expand  our 
collaborative  efforts  to  include  others 
currently  not  involved.  The  goal  of 
this  coll.ihornrlon  Is  to  bridge  the  gap 
Iu'Cmcii        proiessionals        and  rural 
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consumers  regardless  of  where  they  live 
and  work. 

Future  Directions 

Future  directions  of  NRRP  will  focus  on 
three  areas  information  and  education, 
research,  and  networking.  Specific 
projects  planned  for  each  of  these  areas 
are  as  follows: 

1.     Information  &  Edu  ■^tion 

a.  expand  the  pamphlet  series  in  the 
three  tracks  of  Individual  well- 
being,  family  life,  and 
environmental  modification.  Two 
more  are  currently  in  progress: 
Asking  for  Help,  and  Safety  in 
Equipment  Modifications. 

b.  develop  and  distribute  a  quarterly 
newsletter  . 

c.  establish  partnerships  with 
content  experts  who  will 
contribute  to  our  rural  newspaper 
article  series. 

d.  develop  and  distribute 
informational  materials  usinji,  a 
wide  variety  of  media  sources: 
print,  audiotapes,  videotapes. 

e.  to  continue  to  present  the 
philosophy,  goals,  and  progress  of 
NRRP  at  national  and  international 
meetings . 

2.  Research 

a.  to  foster  research  on  the  farm 
family  and  disability  through 
liaison  with  community,  service, 
professional,  and  educational 
organizations . 

b.  to  conduct  basic  resent ch  on  the 
physical  demands  of  farm  work. 

c.  to  investigate  the  effect  of 
part;ntal  disability  on  their 
chi  i  dren. 

d.  to  examine  the  m(/st  effective 
means  of  adapting  the  l.inn 
environment  when  conventional 
methods  have  failed. 


3 ,  Networking 

a.  to  continue  to  build  an 
information  dissemination  network . 

b.  to  expand  the  base  of  rural 
consumers  who  could  benefit  from 
NRRP  services. 

c.  to  develop  and  maintain  a  registry 
of  content  experts  who  could 
contribute  to  NRRP  activities. 

d.  to  refine  our  mechanism  for 
linking  consumers  with  eontent 
experts . 

Reg  Urbanowski,  MSc 

Project  Director 

National  Rural  Resource  Project 

Department  of  Occupational  Therapy 

Faculty  of  Rehabilitation  Medicine 

University  of  Alberta 

Room  3-45  Corbett  Hall 

Edmonton,  Alberta 

T5G  2GU 
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Introducing    Scaling    C'oncepis    in    Rural    Areas:       A  Modfl 


Jean  Anne  Zollars.  PT  and  Jamie  Noon.  Sealing  Clinician 
Rehabilitation    Engineering  Center 
Lucile  Salter  Packard  Children's  Hospital  at  Stanford 
Palo  Alto,  California  USA 


Abst  ract 

A  model  for  introducing  seating  concepts  in 
rural  areas  was  developed  from  the  authors' 
experiences  in  rural  Mexico.  The 
instructional  approach  includes  an 
illustrated  Spccitil  Seating  manual,  a  three- 
day  instructional  course,  and  a  design  for  an 
inexpensive    seating    evaluation  chair. 


Introduction 

This  seating  instructional  model  was 
inspired  by  tv/o  projects  in  Mi'xico  where 
innovative  seating  is  provided  to  children 
and  adults.  Project  Projimo,  in  Ajoya, 
Mexico,  is  run  by  people  with  disabilities 
who  evaluate  individuals  and  provide 
appropriate  therapy,  wound  management, 
technology,  and  vocational  training.  The 
instructional  model  is  intended  to  expand  the 
workers  understanding  of  seating  concepts 
and  to  stimulate  the  development  of  designs 
and  materials  to  improve  the  effectiveness  of 
their  seating  systems.  This  instructional 
model  assumes  that  many  people  with 
disabilities  in  rural  areas  li\e  far  from 
rehabilitation  centers,  have  little  access  to 
physical  and  occupational  therapy,  and 
rehabilitation  technology  suppliers.  Often 
people  cannot  purchase  commercials 
available  wheelchairs  and  seating  systems 
because  of  the  high  cost. 

In  June  1991.  the  authors  and  ten  workers 
from  Project  Projimo  designed  and  built  a 
seating  evaluation  chair.  A  one  day  course 
was  then  taught  which  included  the 
assessment  of  persons  for  special  seating,  an 
evaluation  demonstration  with  a  child,  and 
fitting  the  evaluation  chair  to  the  child, 
Subsequent  to  this  visit,  an  illustrated 
manual  was  written  to  guide  people  in 
seating  assessment  and  the  desin  of  seating 
systems  for  people  with  disabilities,  Thus, 
the  model  we  are  introducing  has  three 
components:  the  Sfiaitit  Seating  manual,  an 
instructional  course,  and  a  design  for  an 
inexpensive    seating    evaluation  chair 


Special  Sealing  Manual  and  Course 
This  6.^  page  manual  is  written  for 
community  health  workers,  parents, 
teachers,  and  anyone  who  is  making  a 
special  seat  or  cushion  for  a  person  with  a 
disability.  The  manual  does  not  use  medical 
or  therapy  terms  which  are  often  confusing. 
The  manual  is  written  with  understandable 
language,  and  is  fully  illustrated  for  clarity 
and  to  assist  people  who  do  not  read  well.  It 
first  discusses  the  importance  and  goals  of 
seating.  Then  it  covers  physical,  functional, 
and  postural  assessment  with  a  strong 
emphasis  on  hands-on  evaluation.  The 
rourse  is  designed  to  be  taught  in  three 
eight-hour  days.  It  follows  the  Special 
Sealing  manual,  but  includes  slides  and 
videotapes  (if  this  technology  is  available); 
extensive  hands-on  practical  work  with  each 
other  and  clients;  use  of  the  seating 
evaluation  chair  and/or  "mocking-up" 
sealing  systems;  and  brainstorming  about 
the  design  and  fabrication  of  the  devices. 
After  the  completion  of  the  three  day  course, 
instructors  of  ihe  course  will  work  with  the 
participants  building  seating  systems  for 
clients. 


Written  by  j«an  Ann*  KoUin 
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Sratins    Coiui-pts    in    Uural  Vria 


Si-ating     K^Hliiatioii  C'liair 

It  is  important  to  take  seating  coni'i-pts  out  ot 
theory  and  show  concrete  seating  options 
This  can  he  accomplished  hy  "mockinsi-up" 
seating  systems  and/or  hy  using  a  seating 
evaluation  chair.  The  workers  at  Project 
Projimo    thouiiht    an    evaluation    chair  v>.<>uld 

he  helpful,  so  the  authors  conjointly  with 
the  workers  designed  and  t'ahricatcd  this 
device.  Because  the  workers  \\  ere  invoked 
in  the  chair's  development,  they  were  more 
motivated  to  use  it  than  if  the  dev  ice  had 
heen  given  to  them.  The  evaluation  chair 
facilitates  measuring  seating  dimensions  .ind 
angles,  instead  of  using  contusing 
goniometers  or  measurement  tools.  The 
evaluation  chair  needed  to  be  simple  and 
inexpensive,  made  of  readily  availahle 
materials,  and  multi-adjusiahle  to  position 
people  of  varying  si/es  and  disahililies  The 
original  chair  was  constructed  mostly  ot 
wood.  It  was  adjustahle  in  seat  depth,  seal  to 
hack  angle,  orientation  in  space,  leg  length, 
and  knee  angle.  .Xdjustahlc  pvisitioning 
components  such  as  lateral  trunk  suppv'rts. 
hip  supports.  medial  and  lateral  thigh 
supports,  head  support,  and  anterior  chest 
support  were  alsvi  used.  The  angle  of  the  seat 
and  hack  were  achieved  hy  using  a  coninic'n 
axis   and   telescviping  tiihing 

The  hope  is  that  the  cvaluaiivm  chair  design 
will  continue  to  evolve  or  perhaps  remain 
somewhat  undefined,  such  that  each  one  is 
different  and  hesi  suited  tor  its  pariuulat 
location.  Some  new  designs  are  heing 
explored  to  meet  changing  design  criteria 
In  addition  to  the  original  design  .riteria. 
new  designs  will  he  lightv>.  eight,  port.ihic 
and  easier  to  make.  One  possible  idea  is  .1 
tubular  frame  which  can  be  loldcd  and 
carried  like  a  backpack.  Optimally,  this 
system  will  tit  into  a  standard  wheelchair  so 
that  people  can  be  evaluated  t.ir  sell 
propulsion 


Please  send  design  ideas  or  comments  to-. 
Jean  .\nne  dollars.  Jamie  Noon 
Keh.ibilitation    l!n.  ineering  ("enter 
l.iicile    Salter    Packard  Children's 
Hospital  at  Stanlord 
7:5  Welch  Road 
Palo  Mto.  r.-\ 
4^)7-8171 


C  o  n  c  1 11  s  i  (1 11 

Ottered  here  is  a  problem  solving  appioach. 
a  framework,  not  a  definitive  method  tor 
seating.  If  this  approach  is  effective,  local 
workers  will  be  able  to  use  this  information 
as  a  foundation  and  create  innovative 
seating  systems  according  to  their  clients 
individual  needs  It  is  important  that  ideas 
are  shared  and  exchanged.  rather  than 
imposed.  The  coniniunity  workers  must  be 
involved  in  every  step  0I  the  learning  and 
designing  process,  so  that  indeed  they  will 
continue  the  service  altei  the  instructors 
I  e  a  V  c 
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A  RESOURCE  MANUAL  OF  AGRICULTURALLY  RELATED  ASSISTIVE 
TECHNOLOGIES  FOR  FARMERS  AND  REHABILITATION  PROFESSIONALS 


Dean  A.  Brusnighan 
Breaking  New  Ground  Resource  Center 
Purdue  University,  Agricultural  Engineering  Dcpa::ment 
West  Lafayette,  IN  U.S.A. 


ABSTRACT 

Each  day  there  are  probably  hundreds  of  new  solu- 
tions created  by  farmers  with  disabilities  to  over- 
come problems  that  they  commonly  face.  Exam- 
ples range  from  castrating  pigs  using  one  hand  to 
mounting  and  driving  a  tractor  without  the  use  of 
one's  legs.  In  addition,  producers  with  disabilities 
discover  commercial  products  that  save  time  or 
frustration  when  performing  certain  farm  tasks. 
These  commercial  products  and  self-made  solu- 
tions, which  can  be  referred  to  as  rural  assistive 
technology,  are  a  valuable  resource  that  should  be 
utilized  both  by  other  farmers  and  by  rehabilitation 
professionals.  A  resource  manual  containing 
descriptions  of  a  wide  variety  of  rural  assistive 
technologies  applicable  to  a  wide  range  of  disa- 
bling conditions  is  described. 


BACKGROUND 

An  estimated  5(X),(XX)  i.inners,  ranchers  and  agri- 
cultural workers  in  the  United  Slates  are  severely 
hindered  in  the  completion  of  essential  agricultural 
work  tasks  because  of  physical  disabilities.  These 
disabilities  include  not  only  the  most  obvious 
forms  such  as  amputations  and  spinal  cord  ir.juries 
but  also  a  wide  variety  of  other  disabling  condi- 
tions such  as  low  vision,  hearing  impairments, 
arthritis,  chronic  back  pain,  heart  conditions,  and 
respiratory  impairments.  Experience  has  shown 
that  many  of  these  individuals  possess  interest  in 
and  a  desire  to  remain  actively  involved  in  their 
farm  opera.ions  With  proper  worksite 
modifications  and  appropriate  assistive  technolo- 
gies, most  fanners  with  disabilities  are  able  to 
work  productively  on  their  farms.  However, 
difficulties  sometimes  impede  an  individual's 
return  to  work. 

One  problem  lies  in  the  farmer's  inability  to  access 
information  regarding  the  needed  agricultural 
modifications  or  technologies.  F-'armers,  ranchers, 
and  agricultural  workers  with  physical  disabilities 
frequently  lack  access  to  ideas  and  solutions  of 
others  who  have  overcome  similar  worksite  prob- 
leins.  In  addition,  no  databases  are  currently  avail- 


able for  agriculturally  related  technologies  that 
would  permit  a  farmer  to  search  for  existing  solu- 
tions. There  is  a  general  lack  of  resources  that 
allow  fanners  with  disabilities  to  discover  or  exam- 
ine potential  sohjtions. 

Another  difficulty  is  the  lack  of  experience  many 
service  providers  have  with  agricultural  enterprises 
and  the  associated  equipment,  tools,  and  structures. 
Thus,  they  may  also  lack  information  on  which  to 
base  recommendations  for  rural  assistive  technol- 
ogy for  their  farm  or  ranch  clients. 

OBJECTIVE 

To  assist  both  farmers  and  service  providers,  the 
Breaking  New  Ground  Resource  Center  has 
developed  and  published  a  resource  manual  that 
helps  readers  identify  existing  solutions  to  com- 
mon problems  encountered  when  farming  with  a 
physical  disability. 


APPROACH 

Containing  over  4(X)  pages  of  solutions,  photos, 
descriptions,  and  resources  currently  being  used  by 
agricultural  producers  with  physical  disabilities. 
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RURAL  TECHNOLOGIES  RESOURCE  MAN'UAL 


Agricultural  Tools,  Equipment.  Machinery  & 
Buildings  for  Farmers  &  Ranchers  v  ith  Physical 
Disabilities,  Volume  2  provides  a  single  source  for 
simple,  effective  solutions  to  many  problems  com- 
monly encountered  by  these  producers.  Topics 
include:  lifts  and  techniques  for  accessing  agricul- 
tural equipment,  control  modifications,  commercial 
accessories  for  agricultural  equipment,  modiaed 
tools  and  specialty  equipment,  agricultural  building 
modifications  and  worksite  accessibility,  lifts  and 
techniques  for  accessing  automotive  equipment, 
and  recreation.  Resources  include:  safety  informa- 
tion, agricultural  worksite  assessment  tools,  techni- 
cal reports  of  concern  to  producers  with  disabili- 
ties, and  a  rehabilitation  technology  bibliography. 

Gathered  from  both  individuals  and  commercial 
sources,  each  solution  presented  in  Vohimc  2  lists 
the  problem  that  the  item  described  helps  over- 
come, the  name  and  address  of  the  source  of  the 
solution,  the  cost  when  possible,  and  a  full  descrip- 
tion of  the  solution  with  o.ie  or  more  photographs. 

DISCUSSION 

Documentation  of  rural  assistive  tccnnology  in 
such  a  resource  manual  can  provide  a  variety  of 
benefits.  These  include:  1)  an  increased  awareness 
that  fanners  with  disabilities  are  capable  of  return- 
ing to  farm  work,  2)  an  opportunity  to  review  the 
relative  safety  of  a  farmer-built  solution,  perhaps 
leading  readers  to  avoid  the  same  unsafe  practices, 
and  3)  a  reduction  in  the  amount  of  time  invested 
by  fanners  to  develop  and  build  a  rural  assistive 
technology  solution. 

The  most  basic  benefit  is  an  increased  aware- 
ness in  both  farmers  and  rehabilitation  profession- 
als that  individuals  with  disabilities  can  continue  to 
work  productively  in  a  farming  operation.  Reha- 
bilitation pnjfessionals  in  urban  centers,  where 
agricultural  workers  are  often  .sent  after  a  disabling 
injury,  are  made  aware  that  fanning  as  an  occupa- 
tion can  continue  for  the  individual.  A  farm  family 
viewing  a  collection  of  solutions  from  other  f;uni- 
ers  with  disabilities  in  similar  situations  can 
receive  encouragement  that  their  situation  is  not 
unique.  Volume  2  accomplishes  this  by  providing 
concrete  examples  of  farmers  and  raiichers  who  are 
cultivating  their  own  independence  by  working  on 
the  farm  in  spite  of  a  disability. 

A  compilation  cf  rural  assistive  technology 
solutions  also  provides  a  setting  to  critically  review 
designs  for  good  or  poor  attention  to  safety  so  that 
readers  can  benefit  from  the  comments  made.  Hy 


discussing  the  safe  and  potentially  unsafe  aspects 
of  farmer-made  solutions  included  in  Volume  2,  it 
is  believed  that  readers  can  be  influenced  to  incor- 
porate some  of  the  safety  features  discussed  and/or 
to  avoid  unsafe  aspects  in  any  resulting  solutions 
that  they  might  build. 

Providing  descriptions  and  photos  of  existing 
solutions  can  reduce  the  amount  of  time  a  farmer 
spends  designing,  developing,  and  building  a  solu- 
tion for  his^er  own  use.  A  farmer  can  choose  to 
use  or  adapt  an  idea  that  has  already  been  built  and 
proven  to  work  in  a  similar  setting.  Reducing  the 
time  spent  to  design  and  build  a  solution  results  in 
a  more  rapid  return  to  productive  work. 

The  size  and  distribution  of  rural  populations  to 
be  served  dictate  that  rehabilitation  professionals 
cannot  currently  provide  all  of  the  solutions.  We 
must  make  use  of  the  solutions  which  are  already 
available  from  those  who  best  understand  their 
problems-farmers.  Rural  assistive  technology, 
especially  that  created  by  farmers,  is  a  valuable 
resource  that  should  be  taken  advantagi'  of. 

You  are  strongly  encouraged  to  send  descrip- 
tions of  rural  assistive  technologies  to  the  author. 
The  Breaking  New  Ground  Resource  Center  con- 
tinues to  collect  and  compile  these  ideas  to  produce 
a  fonh'-oming  supplement  to  the  Volume  2 
resource  manual.  Only  by  sharing  the  solutions  we 
all  encounter  can  these  rural  assistive  technologies 
he  made  accessible  to  the  widest  possible  audience. 
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Design  for  Commercialization 


Cabell  C.  Hsyward,  Riley  Hawkins, 
Alan  Harp  and  Niki  Elder 


Abstract 

One  of  the  most  frustrating  dilemmas  in  the 
field  of  rehabilitation  engineering  is  the 
unavailability  of  products  and  devices 
needed  by  persons  with  disability,  despite 
the  large  numbers  of  custom  built  devices 
designed  specifically  for  the  use  of  an 
individual  client.  Many  efforts  on  the  part  of 
designers  and  f     leers  are  unknowingly 
duplicated,  efforts  lo  commercialize 
products  rarely  meet  with  success,  yet 
there  are  many  indispensable  and  low  cost 
commercial  items  purchased  by  the 
disabled  population  that  were  not  even 
intended  for  the  disabled  market. 

One  solution  may  lie  m  the  broadening  of 
the  applicability  of  the  concept  for  the  new 
device  to  include  larger  markets,  the  result 
being  that  disabled  persons  could  take 
advantage  of  the  greater  likelihood  of  the 
product  being  mass-produced,  and 
reduced  purchase  price  and  increased 
reliability  once  the  device  is  in  production. 

Problem  Statement 

The  Center  for  Rehabilitation  Technology 
IS  involved  in  a  continuing  partnership  with 
the  State  of  Georgia  Division  ot 
Rehabilitation  Services  to  develop 
assistive  devices  for  state  Clients  seeking 
employment.  This  effort  has  resulted  in  the 
development  of  hundreds  of  new  devices 
presently  In  use  by  state  clients  over  the 
past  ten  years.  Almost  always,  these 
devices  are  experimental  and  are  unique 
to  the  client  and  his  vocational  needs. 

One  of  the  goals  of  the  Center  is  the 
commercialization  of  devices  that 
denr-.onstrate  merit  to  others  besides  the 
client  for  whom  it  was  originally  designed. 
A  sister  organization.  Center  for 
Rehabilitation  Technology.  Inc.  employs 
marketing  personnel  to  evaluate  each  new 
device  and,  where  possible  avail  them  to 
others  through  publishing,  licensing,  or,  as 
in  the  case  of  the  AbleOffice  workstation 
system,  producing  it  through  local  industry 


'There  are  many  similar  efforts  to  CRT 
going  on  nationally,  yet  it  is  still  apparent 
that  products  needed  by  individuals  with 
disabilities  are  neither  available  nor 
affordable.  There  is  a  tendency  in  the 
rehabilitation  engineering  field  for 
development  efforts  to  be  duplicated 
repeatedly  as  devices  are  custom  built  to 
suit  the  needs  of  only  one  client. 

"There  is  the  inherent  difficulty  in  marketing 
products  intended  for  use  only  by  disabled 
persons.  A  small  market  means  low 
production  volume  and  high  retail  cost. 

■There  are  many  commercial  products 
found  to  be  very  useful  to  persons  with 
disabilities  that  are  inexpensive  and 
available,  that  were  targeted  towards  other, 
much  larger  markets:  remote  appliance 
switching  devices  and  alternative  signaling 
devices  for  telephones  sold  by  Radio 
Shack,  speaker  phones,  electric  staplers 
and  letter  openers,  magnetic  hammers, 
keyboara  trays  and  etc. 

Approach 

Recent  projects  at  the  Cenlet  have 
provided  opportunities  for  the  design  of 
new  devices  where  the  design 
requirements  were  expanded  to  satisfy 
more  than  the  requirements  of  the  client  at 
hand.  If  a  device  can  be  designed  for 
broader  application  from  the  start,  even  to 
include  segments  of  the  able  bodied 
population,  then  the  ultimate  availability  of 
the  device  to  the  disabled  population 
should  improve. 
These  cases  will  illustrate: 

Solutions: 

1.  The  client  is  blind  with  cerebral  palsy 
and  works  in  a  film  development  lab  where 
the  work  surfaces  are  of  varying  heights. 
The  client  uses  a  wheelchair  and  must 
share  the  work  environment  with  other 
employees.    Elevating  wheelchairs  were 
dismissed  as  unaffordable.  The  furniture 
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could  not  be  changed  without  undue  cost 
and  adverse  effect  on  others  also  using  the 
equipment. 

A  device  designed  to  elevate  the  clients 
sitting  height  in  her  wheelchair  was 
considered  until  it  was  realized  a  more 
broadly  applicable  solution  was  to  der.ign 
an  office  chair  in  which  the  seat  height 
could  be  adjusted  under  power.  A  typical 
model  was  chosen;  an  Ergon  ER210  by 
Herman  Miller,  and  the  pneumatic  cylinder 
was  substituted  for  a  device  using  a  gear 
driven  power  screw  and  a  battery  powered 
electric  motor.  The  client  has  used  the 
chair  daily  for  nearly  a  year  at  the  time  of 
this  writing.  The  client  transfers  from  ''ler 


wheelchair  and  propels  herself  short 
distances  by  pushing  along  the  edge  of  the 
work  surface.  After  three  months  of  use,  a 
repair  and  design  modification  was  made, 
however,  the  chair  has  performed  reliably 
since  then.  It  is  believed  that  there  is  a 
large  able-bodied  market  for  this  device 
since  there  are  many  who  take  advantage 
of  pneumatic  cylinder  chairs  who  cannot 
remove  thiir  weight  from  the  seat  in  order 
to  elevate. 

2.Thi3  client  is  a  one-arm  amputee  who 
works  as  an  automotive  damage  claims 
adjuster.  Rather  than  take  notes,  he  enters 
information  into  a  hand  held  "inventory 
computer".  It  is  impractical  to  rest  the  unit 
on  an  available  surface  to  press  buttons,  or 
to  use  his  thumb  while  holding  the  unit  with 
the  four  fingers.  The  solution  in  this  case  is 
a  "shelf"  onto  which  the  unit  is  mounted, 
which  is  worn  on  the  belt.  The  shelf  is 
adjustable  in  angle  and  folds  in  a  vertical 
orientation  to  function  as  a  carrying  case.  It 
does  not  need  to  be  removed  during  the 
course  of  a  days  work  and  provisions  are 
made  for  it  to  be  recharged  and  plugged 
into  a  processing  computer  while  still 
mounted  in  the  device.  It  is  also  useful  to 
inventory  clerks  who  need  both  hands  free. 
It  can  be  easily  made  to  accept  minor 
variations  in  size  of  inventory  computers  or 
calculators. 
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3.The  client  in  this  case  has  a  spinal  cord 
injury  at  the  C4/C5  level.  He  was  seeking 
employment  as  a  telephone  salesman  with 
a  major  mail  order  catalog  company.  He 
was  set  up  with  computer  equipment 
accessed  by  mouthstick  to  process  orders, 
but  was  still  required  to  memorize  and  refer 
to  items  in  any  of  twenty  nine  catalogs  and 
sales  flyers.  There  were  several 
commercialiy  available  items  that  would 
have  provided  access  to  the  catatogs 
including  components  of  the  AbleOffice 
system.  However,  an  additional 
performance  requirement  was  decided 
upon:  it  should  take  no  more  than  one 
minute  or  so  to  locate  a  catalog  item.  The 
solution  takes  the  form  of  a  catalog  rack 
which  slides  from  side  to  side  under  power. 
As  the  catalogs  pass  a  central  flipper  bar, 
the  catalogs  are  opened  then  closed  in 
succession.  Two  momentary  push  buttons 
control  the  direction  in  which  the  rack 
travels.  The  largest  catalogs  are  divided 
so  the  client  never  has  more  than  100 
pages  to  turn  by  mouthstick.  The  speed  at 
which  the  catalog  rack  operates  means 
that  it  could  be  useful  as  a  means  of 
increasing  efficiency  for  anyone  working 
with  reference  books. 


final  solution,  rather  than  to  only  satisfy  the 
requirements  of  the  client.  In  no 
instance  were  the  needs  of  the  client 
compromised  for  the  sake  of  the  product. 
While  no  cost  comparison  is  available,  it  is 
felt  that  the  cost  in  terms  of  additional  funds 
or  time  required  was  not  significant  in  the 
examples  mentioned. 

Despite  each  client  having  received  an 
untested  prototypical  device,  as  they  would 
have,  there  is  an  advantage  in  that  fewer 
development  projects  will  be  needed  to 
advance  the  device  to  a  pre-production 
stage,  and  to  generate  a  complete  set  of 
working  drawings  in  preparation  for 
licensing  or  production.  When  a  license  is 
sought,  the  number  of  potential  buyers  will 
be  greater,  as  they  will  for  the  device  once 
in  production. 
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Discussion 

In  each  case  it  was  realized  that  a  direction 
for  design  development  could  be  chosen 
that  would  maximize  the  applicability  of  the 
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Introduction 

Before  evaluating  various  computer  access 
methods  for  persons  with  physical  disabilities 
the  crgonomic  position  of  the  person  and 
equipment  should  be  considered.  Proper 
position  of  both  user  and  equipment  is 
essential  to  enable  the  user  to  access  their 
environment  with  the  least  amount  of  strain 
on  their  body.  When  looking  at  the  ergonomic 
position  one  must  look  at  the  entire  person 
and  environment  because  what  affects  one 
person  or  part  of  the  body  can  often  affects 
others.  Care  must  be  taken  to  not  solve  one 
problem  while  creating  another  one.  If  the 
equipment  is  positioned  in  such  a  way  that 
makes  it  easier  for  the  person  to  see  a  device 
but  requires  them  reach  in  an  awkward 
manner  to  access  the  device,  this  may  not  be 
the  best  solution. 

Besides  computer  access  most  jobs  require  a 
variety  of  other  tasks  such  as  writing,  filing 
and  telephone  work.  In  each  of  the  tasks  the 
ergonomic  position  of  the  person  and  devices 
should  be  assessed.  In  addition,  environ- 
mental factors  such  as  others  who  may  have  to 
use  the  same  equipment  or  space  must  be 
addressed. 

This  paper  will  discuss  the  principles  of 
ergonomic  positioning  of  persons  w  j  |  h  Q U  1 
physical  disabilities  and  how  the  same  prin- 
ciples can  be  applied  to  persons  with  physical 
disabilities. 

Backround 

Some  general  principles  of  ergonomics  arc: 

•  Try  to  keep  the  body  in  as  anatomically 
neutral  a  posture  as  possible.  Long  term 
asymmetric  postures  can   be  detrimental. 

•  Muscles  can  perform  their  best  when 
they  are  at  or  near  the  center  of  their 
range  of  motion.  Repeated  reaching  and  to 
perform  a  task  can  be  detrimental. 

•  Listen  to  your  body.  If  a  task  is 
causing  pain  or  discomfort  try  to  think 
about  what  could  be  causing  this  and 
how  to  change  this  position. 

•  Take  frequent  short  breaks  and 
change  po'^itions 


The  proper  ergonomic  position  for  a  person 
sitting  at  a  desk  is  (see  figure  1);  feet  flat  on 
the  floor  or  footrest  with  the  knees  bent  at  no 
more  than  90".  The  thigh-to-torso  angle 
should  never  be  less  that  90".  and  preferably 
110'  to  145'.  The  head  should  be  kept  in  near  a 
neutral  position  as  possible.  The  work  height 
should  be  even  with  or  slightly  above  the 
point  of  the  elbows.  Work  height  should  not  be 
confused  with  the  desk  height.  The  work 
height  is  the  height  from  the  floor  to  the 
object  or  equipment  the  person  is  working  fin. 
For  example  if  the  person  is  typing  on  a 
typewriter  the  work  height  would  be 
measured  from  the  floor  to  the  home  row  keys. 
The  desk  height  is  2"-3"  lower  than  this.  The 
work  should  be  placed  at  a  comfortable 
distance  from  the  person.  Each  individuals 
best  visual  acuity  distance  is  different,  normal 
visual  acuity  is  between  15"-25". 

The  appropriate  ergonomic  position  depends 
on  the  individual  as  well  as  on  the  task. 
Computer  work  is  generally  done  in  an 
upright  sitting  posture,  while  reading  and 
writing  a^e  generally  done  in  a  forward 
leaning  posture.  The  proper  chair  and  desk 
height  for  working  on  a  computer  will 
probably  not  be  the  ideal  for  reading  or 
writing.  There  are  several  ways  to  achieve  the 
optimum  positioning  of  a  person  and  the 
equipment  they  must  access.  For  example,  a 
height  adjustable  desk  could  be  used  for  an 
individual  that  needs  a  lower  desk,  or  a  foot 
rest  could  be  used  with  a  stanc'ard  higher  desk. 
^ — ^  Viewing  cistance 


MONrroR 


RESNA  Intcrnntional  W  •  June  6-1 1,  1992 

2S0 


265 


Computer/Office  Ergonomics 


Equ  ipment 
Chair 

There  are  many  similarities  between  the 
proper  ergonomic  seating  for  an  ergonomic 
office  chair  and  for  a  wheelchair  user.  The 
seat  of  the  chair  should  evenly  support  the 
thighs,  while  the  feet  should  rest  flat  on  the 
floor  or  footrest.  Tliere  should  be  about  2-3 
inches  behind  the  back  of  the  knee  and  the 
end  of  the  chair.  The  chair  should  no'  be  more 
than  2"  wider  than  the  person.  The  armrest 
should  be  slightly  higher  than  the  point  of 
the  elbow.  Since  most  people  will  be 
performing  a  variety  of  tasks  such  as 
computer  work,  writing  and  reading  that 
require  different  postures  an  ergonomic 
chair  should  be  adjustable  enough  to 
accommodate  the  different  postures.  The  seat 
must  raise  and  lower  as  well  as  tilt  back  and 
forward  to  accommodate  the  different  pos- 
tures. The  backrest  should  also  be  adjustable 
in  height  and  tilt  forward  and  back  to  fit  the 
curvature  of  the  user  and  their  posture. 
Persons  who  have  neek  problems  often  prefer 
a  backrest  that  also  provides  some  neck 
support  as  well.  Some  ergonomic  office  chairs 
offer  adjustable  arm  rest  to  enable  the  user  to 
position  the  armrest  at  the  proper  height. 
Trying  a  chair  for  5  or  10  minutes  in  a 
showroom  is  much  different  than  using  it  at 
the  work  site.  It  is  best,  if  possible,  to  get  a 
loaner  chair  for  a  day  for  the  user  to  evaluate. 

Desks/Work  surfaces 

The  standard  desk  is  28"-30"  high  which  is 
approximately  a  good  height  for  most 
individuals  that  are  5'8"-5'10"  tall.  The  proper 
desk  height  is  one  where  the  work  can  be 
accessed  with  the  elbows  bent  at  90°  or 
slightly  greater.  There  are  4  basic  types  of 
desks;  the  standard  nonadjustable  ones,  those 
that  can  be  set  at  a  particular  height  when 
assembling,  ones  that  can  be  adjusted  by  a 
crank  and  those  that  have  power  adjustable 
height  feature.  Some  nonadjustable  desks  can 
be  raised  by  putting  leg  extenders  under  the 
legs.  However  these  only  work  if  you  need  to 
raise  the  desk.  Typically  a  person  in  a 
wheelchair  seat  height  is  higher  than  a 
person  in  a  office  chair,  therefore  the  desk 
needs  to  be  higher.  If  leg  extenders  are  used  to 
raise  a  work  surface  to  the  proper  height  for 
an  individual,  if  others  must  use  this  .same 
work  surface  their  needs  should  also  be 
addressed.  A  desk  where  the  heigh'  can  be  set 
when  assembling  can  be  beneficial  in 
situations  where  there  is  only  one  primary 
user  of  the  desk  and  they  need  it  a  particular 
height  that  a  standard  desk  will  tiot  work.  In 
particular  if  the  desk  needs  to  be  lower  than  a 
standard  desk.  The  reason  for  the  a  crank 


adjustable  desk  might  be  if  others  had  use  the 
desk,  or  the  u.ser  had  to  significantly  change 
positions  several  times  a  day.  The  crank  type 
desks  are  particularly  useful  in  situations 
where  there  are  multiple  users  with  varying 
needs  A  power  adjustable  height  desk  is 
useful  when  the  user  must  change  positions 
frequently.  For  example  a  person  who  can  sit 
for  only  a  short  period  of  time  and  then  needs 
to  stand.  A  crank  desk  could  be  used  but 
having  to  crank  a  desk  up  and  down  several 
limes  a  day  can  be  not  only  time  consuming 
but  stressful  as  well. 

Comniiler  Monitor  anrf  Kevhoard 
The  neck  and  head  should  be  kept  in  a  neutral 
position.  The  top  of  the  monitor  should  be  at 
eye  level.  Frequemly  monitor  arms  are  used  to 
accomplish  this.  Moniior  arms  also  enable  the 
u.ser  to  position  the  monitor  the  best  distance 
away  from   them   for  their  visual   acuity  The 
keyboard   should   be   positioned   such   that  the 
wrist  stay  in  a  neutral  position  and  not  resting 
on  sharp  comers  of  a  surface.  Many  keyboard 
drawers  are   available  that  enable  the  user  to 
adjust  the  height  and  angle  of  the  keyboard. 
In  addition   to  the  monitor  and  the  keyboard 
the  position  of  the  documems  that  the  person 
IS   working   from   should   be   addressed.  There 
are   a  wide   variety  of  document  holders  that 
can   be  used   to   keep   the   neck   in   a  neutral 
position.     However     when     applying  these 
pr;nciples    to    persons    with    disabilities  the 
position     of    the     equipment     can  change 
drastically.    For  example   the   cp.se   where  the 
person  accesses  a  keyboard  with  a  mouthstick 
In   order   to    keep   the   head    and    neck    in  a 
neutral    position   the   keyboard    should    be  re- 
positioned.   One   possible    position   is  mounting 
the    keyboard    tilted    up    vertically    and  just 
below  ihe  front  of  the  monitor.  There  are  desk 
thai    have    the    monitors    mounted    in  them. 
While  this  can  make  it  easier  to  see  the  screen 
and  keyboard  at  the  same  time  it  can  require 
the    users    neck    to    be    constantly  flexed 
forward.   Another  example  is  for  someone  who 
has  good  gross  motor  control  of  there  arms  but 
lacks    the     fine    motor    control     to  strike 
individual  keys  a  typing  aid  can  be  beneficial 
^>on-,e  typing  aids  require  the  wrist  be  rotated 
so  the  palms  face  down  in  order  lo  use  them 
while    others    allow   the    palms    to    face  each 
other   which    can    be    less    stressful    than  the 
palms  down  because  not   as  much  rotation  is 
required. 

writer.?"  P''°"= 

write  at  the  same  time.  With  a  standard  phone 

receiver  a   person   often   bends   there   neck  to 

one  side  to  hold  the  phone  while  they  write 

I  his  can  cause  a  lot  of  strain  on   the  users 

neck.  A  phone  shoulder  rest  can  help  this 
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relieve  the  strain.   A  headset  enables  the  user 
to  keep  a  good  ergonomic  neck  position  and 
the  hands  are  free  to  do  other  tasks.  However, 
persons    with    limited    range    of   motion  and 
strength    may    not    be    able    to  independently 
don  and  doff  a  headset.  There  are  new  cordless 
headset  which  enable  the  user  to  move  around 
untethered  but  a  user  may  still  need  help  to 
don   and  doff  the  headset.   A   speaker  phone, 
while  often   used   in  home  situations,  is  only 
sometimes  used  in  office  situations  because  of 
the  lack  of  privacy.  An  example  was  a  woman 
who    had    arthrogryposis    and    used    a  chin 
control   for  her  wheelchair.   She  worked  as  a 
receptionist   and   used   a  mouthstick   to  ac:ess 
the  phone  but  used  an  attendant  to  hold  i 
phone.    The    various    options    were    discuss'  . 
She  wanted  to  be  as  independent  as  possible. 
While   the   cordless   headset   would   make  her 
independent  around  the  office  she  would  still 
need  help  to  don   and  doff  the  headset.  We 
discussed    making    a    mounting    bracket  that 
would   enable    her   to    independently   don  and 
doff  the  headset,  however  she  did  not  like  the 
cosmetics  of  this.  A  phone  on  a  gooseneck  was 
then  discussed  and  this  was  seen  to  be  more 
cosmetically  acceptable  to  her.  The  phone  was 
also  tilted  up  to  enable  her  easier  access  to  the 
buttons  and  reduce  the  strain  on  her  neck. 

EiiULB  ^  .  . 

Filing  can    require    a   person    to   be  reacnmg 
and  lifting  at  the  end  of  their  range  of  motion. 
This  can  also  be  a  very   asymmetric  posture. 
Often    people    with    limited    range    of  motion 
and/or    strength    have    trouble    accessing  a 
standard   filing   cabinet.   Reaching   to   get  the 
files   in   the  back   can  be  difficult  and  some 
drawers  are  difficult  to  reach.  One  item  that 
can   make   this   task   easier   is   a   lateral  file 
cabinet.  A  lateral  file  cabinet  does  not  require 
the    person    to    reach    far    from    midline  for 
heavy  files.  Some  people  do  not  have  the  grip 
strength    to    grasp    the    files    but    have  the 
strength  to  lift  the  files.  One  possible  solution 
to  this  problem  is  to  place  the  files  in  hanging 
folders    and    tic   computer   tie    wraps  through 
the  front  and  back  of  each   file.  The  person 
could  put  his  hand  through  the  wrap  in  front 
and  in  back  of  each  folder  and  lift  them  out  no 
grip   strength   is  required. 

Another  filing  item  that  can  be  useful  fo' 
persons  with  limited  range  of  motion  is  a  laz 
susan.  These  can  sit  on  a  desk  or  tabic  and 
make  multiple  items  accessible  in  a  small 
space.  The  la/.y  susan  can  be  spun  on  order  to 
make  the  desired  item  accessible.  Tub  files  on 
a  desk  can  also  be  used  to  make  files  readily 
accessible. 


Reading/Writing: 

Reading  and  writing  arc  usually  performed  in 
a  forward  leaning  posture  that  can  cause 
strain  on  a  person's  back  or  neck.  One  way  to 
reduce  the  strain  on  a  persons  neck  and  back 
is  to  use  a  slant  board  which  props  the  work 
up  at  a  desired  angle.  These  are  available  in 
several  different  sizes  from  12"-24"  long. 
Another  option  is  there  are  tables  which  are 
primarily  used  for  drafting  that  have  tops  that 
can  be  tilled  at  different  angles.  These, 
however,  are  much  more  expensive  than  a 
slant  board.  A  catalog  rack  can  be  used  for 
large  manuals  that  have  to  be  readily 
accessible.  There  are  several  devices  available 
that  can  help  a  person  grasp  a  pencil  or  pen. 
From  large  balls  with  a  pen  or  pencil  through 
them  to  splints  where  the  instrument  can  be 
attached.  Again  depending  on  the  disability 
the  position  of  the  wrist  can  be  important. 
Depending  on  the  person  and  the  disability 
keeping  the  wrist  in  a  neutral  position  might 
be  less  fatiguing  over  a  long  period  of  time. 

Discussion 

The    principles    of    ergonomics    should  be 
applied    whenever    possible    in    work  site 
assessments    to    reduce    the    strain    on  the 
individual.    However    when    dealing    with  the 
comfort    of    an    individual,    every    person  is 
different.  The  person  should  not  be  "forced" 
into    the    proper   ergonomic    position    if  they 
find  that  position  to  be  uncomfortable.  There 
are    times    when    a    person    will    be  most 
comfortable  in  what  appears  to  be  an  awkward 
position.  For  example,  a  person  with  a  fused 
disk  at  C5-6  found  that  looking  down  at  the 
keyboard  put  a  lot  of  strain  on  his  neck.  If  the 
keyboard   was   positioned   below   the   front  of 
the  monitor  in  a  vertical  position  this  would 
reduce    the    strain    on    his    neck    but  would 
increase  the  strain  on  his  arms  and  shoulders 
when  he  accessed  the  keyboard.  Some  mobile 
arm  supports  (Ergo  Arrr-.s)  were  attached  to  the 
desk  that  would  support  his  arms  at  the  elbows 
and    reduce    the    strain    on    his    arms  and 
shoulders.  While  this  by  now  means  is  an  ideal 
ergonomic  solution  it  is  what  worked  well  for 
this    individual.    In    addition    there    are  many 
devices  that  are  "ergonomically"  designed  that 
may     not     always     be     appropriate     for  a 
particular  person. 

Jeff  Symons 

Department  of  Rehabilitation/C.A.R.E. 
830  K  Street  Mall 
Sacramento,  CA  <)5814 
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Utilizing  A  Rehabilitation  Engineer  As  An  Instnictor  In  Undergraduate  Occupational  Therapy  Courses 

James  A.  Lcnkcr,  M.S.M.E.  &  Jo  A.  Schweitzer,  OTR 
Department  of  Occupational  Therapy 
University  at  Buffalo 
Buffalo,  NY 


ABSTRACT 

The  American  Occupational  Therapy  Association  has 
established  a  special  interest  group  for  assistive 
technology  in  recognition  of  the  increased  utilization  of 
technology  as  a  tool  for  therapeutic  intervention.  In 
keeping  with  this  trend,  the  Department  of 
Occupational  Therapy  has  been  utilizing  a 
rehabilitation  engineer  as  an  instructor  who  has  both 
graduate  and  undergraduate  teaching  responsibilities. 
This  paper  outlines  two  undergraduate  courses  that  are 
team  taught  by  the  authors:  Therapeutic  Media  I  and 
job  Accommodation. 


PARTI:  THERAPEUTIC  MEDIA 
BACKGROUND 

Therapeutic  Media  I  is  the  first  of  three  courses  offered 
by  the  Department  of  Occupational  Therapy  which 
address  the  use  of  media  as  therapeutic  resources  for  the 
occupational  therapist.  Though  many  instructional 
responsibilities  are  shared,  the  occupational  therapist 
is  primarily  responsible  for  introduction  of  theoretical 
concepts  and  discussion  of  clinical  implications  of  the 
material,  while  the  rehabilitation  engineer  presents 
the  laboratory  exercises  that  require  students  to 
experience  and  apply  the  concepts  being  taught. 

Topics  covered  in  Therapeutic  Media  I  include 
introductions  to  activity  analysis,  the  theory  of 
purposeful  activity,  and  use  of  hand  tools  utilized  in 
various  therapeutic  media  These  topics  arc  reinforced 
through  laboratory  exercises  in  woodworking,  soldering, 
elementary  electronics,  switchmaking,  and  adapting 
battery-operated  toys  for  single-switch  use.  All 
activities  arc  analyzed  and  discussed  in  terms  of  OT 
theory  and  clinical  application. 

OBJECTIVE 

Therapeutic  Media  I  is  designed  to  address  several  of 
the  topic  areas  required  by  the  AOTA  undergraduate 
course  essentials.  Students  demonstrate  competence  in 
basic  hand  tool  use  as  applied  to  adjustment  of 
wheelchairs,  construction  of  a  woodworking  project, 
soldering  of  ••Icctronic  components,  fabrication  of  an 
electronic  device,  and  adaptation  of  a  battcry-oporatod 
toy. 

METHODS/ APPROACH 

Instructional  approaches  for  each  area  of  Thcrnpcutii 
Media  I  are  described  below. 


Activity  Analysis 

Lectures,  individual  assignments  and  small  group 
activities  involve  analysis  of  purposeful  activities.  An 
initial  activity  analysis  assignment  is  given  as  students 
observe  a  silent  demonstration  of  soldering.  The  final 
activity  analysis  written  assignment  requires 
description  of  the  fabrication  process  for  the  sv\'itch  and 
electronic  device  project. 

Wheelchair  Anatomy  and  Adjustment 
An  introductory  lecture  describes  and  demonstrates  basic 
wheelchair  "anatomy"  and  mechanical  adjustment.  For 
the  laboratory  assignment,  students  work  in  teams  to 
look  at  several  variable  features  in  chair  design  (e.g. 
sling  vs.  solid  back,  solid  vs.  pneumatic  tires,  elevating 
vs.  standard  footrests,  etc.)  and  explore  various 
mechanical  adjustments  for  manual  wheelchairs  (e.g. 
footrcst  height,  armrest  height,  etc.). 

Woodworking 

Classroom  demonstration  of  the  appropriate  use  and 
application  of  woodworking  tools  precedes  a  two-part 
laboratory  project.  Students  follow  an  instructor- 
provided  plan  to  measure,  cut,  assemble,  sand  and  finish 
a  hand  loom  and  an  adjustable  stand  for  the  hand  loom. 
Students  use  their  own  hand  looms  and  adjustable  loom 
stands  for  weaving  projects  in  Therapeutic  Media  III. 
The  concept  of  "accommodation"  is  introduced  with  the 
standing  frame,  which  provides  adjustment  for  both 
loom  height  and  angle.  The  capacity  for  adjustability 
and  adaptability  of  a  tool  or  piece  of  equipment  is 
stressed  as  an  important  clinical  consideration  when 
using  therapeutic  media. 

Soldering,  Switch  and  Call  Box  Fabrication,  and  Toy 
Adaptation 

Lecture  and  hand-outs  describe  soldering,  fabrication  of 
switches  and  simple  electronic  devices,  and  adaptation 
of  battery-operated  toys  for  single  switch  use.  Each 
student  team  is  required  to  fabricate  an  operational 
mercury  bulb  switch,  a  light/buzzer  "call"  box,  and  a 
battery  interrupter  for  single-switch  adaptation  of  a 
battery-operated  toy.  The  switches  and  adapted  toys 
used  for  demonstration  arc  borrov/ed  from  an  OT  clinical 
setting,  which  emphasizes  the  application  cf  the 
n.atcrial  being  described  and  demonstrated. 

Relevance  of  'Technology"  to  Occupational  Therapy 
Students  do  a  clinical  observation  at  a  job  training  site 
that  features  computer  training  for  young  adults  who 
have  mild  cognitive  disabilities  and  a  fee-for-servicc 
wheelchair  seating  and  positioning  clinic. 
Supplemental  readings  introduce  the  use  of  assistive 
technology  as  a  function-enhancing  tool  for  some 
individuals.  Opportunities  for  undergraduate  OT 
student  involvement  in  a  technology-related  area  arc 
also  presented. 
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RESULTS 

The  course  as  described  above  has  been  taught  twice 
(1990  and  1991)  to  a  total  of  99  students.  Many  of  the 
students  are  initially  apprehensive  about  working  with 
tools  (e.g.,  soldering  and  woodworking)  that  arc 
relatively  unfamiliar  to  them,  but  most  emerge  from  the 
course  with  a  sense  of  confidence  that  these  skills 
weren't,  "so  difficult  after  all."  Music  to  a  teacher's 
ears!  The  complementary  elements  of  course  content, 
instruction  mode  (lecture/lab),  and  instructors' 
professional  backgrounds  are  very  effective,  and  the 
course  has  been  very  popular. 


PART  n:  JOB  ACCOMMODATION 
BACKGROUND 

job  Accommodation  is  part  of  a  federally-funded, 
Vocational  Traineeship  Program  that  provides  theory 
and  practical  application  of  vocational  training  to 
undergraduate  occupational  therapy  students.  There  is 
a  shortage  of  occupational  therapists  who  are  qualified 
to  work  in  vocational  settings,  and  the  thrcc-scmester 
Vocational  Traineeship  Program  was  established  in 
response  to  this  growing  need. 

The  Job  Accommodation  course  is  the  third  of  the  three- 
semester  sequence  of  courses  in  vocational  training  issues. 
The  first  semester  involves  an  introduction  to  vocational 
evaluation,  training  and  rehabilitation,  and  the  second 
semester  requires  a  ten-week  field  work  placement  at  a 
vocational  training  site. 

OBJECTIVE 

Job  Accommodation  focuses  on  improvement  of  the 
working  efficiency  of  individuals  who  have  a  physical, 
cognitive  and/or  psychosocial  disability.  Topics 
covered  in  the  course  include: 

1 .  Use  of  personal  computers  for  word  processing  in  work 
settings. 

2.  Information  for  locating  commercially  available 
services  and  assistive  devices. 

3.  Ergonomics  of  workstation  design. 

4.  Job  task  and  worksite  assessment. 

5.  Accessibility  of  the  workplace. 

6.  Psychosocial  issues  that  affect  acceptance  of 
adaptations  to  an  individual's  environment. 

7.  (Zlinical  assessment  of  individuals  in  need  of 
customized  work  stations. 

Each  student  must  complete  a  term  project  that  requires 
working  with  an  individual  who  is  involved  in  a 
vocational  setting.  The  project  goal  is  to  improve  client 
efficiency  through  task  restructuring,  improved 
workspace  arrangement,  recommendation  or  design  of  an 
assistive  device,  or  recommendation  for  improved 
building  accessibility.  Students  are  encouraged  to  work 
cooperatively  with  the  client  and  the  employer/  trainer 
in  order  to  develop  suggestions  that  arc  appropriate  to 
the  client. 


METHODS 

The  course  was  developed  and  is  team-taught  by  a 
rehabilitation  engineer,  an  occupational  therapist  and 
an  industrial  designer,  and  each  faculty  member  has 
had  an  integral  role  in  the  development  and  instruction 
process.  A  graduate  seminar  format  is  used  in  order  to 
maximize  individual  involvement  and  group  discussion. 

The  first  half  of  the  semester  features  brief  didactic 
presentations  followed  by  general  discussions  that 
enable  students  to  compare  their  previous  experiences 
with  the  material  that  is  being  introduced.  Student 
awareness  of  community  resources  is  broadened  by 
including  a  seminar  at  the  local  V.A.  Hospital,  a  mini- 
conference  sponsored  by  the  regional  chapter  of  the 
National  Rehabilitation  Association,  and  a  workshop 
on  wheelchair  seating  and  positioning  held  at  a 
universit)'-based  wheelchair  seating  clinic. 

Student  projects  are  assigned  at  mid-term,  and 
subsequent  class  sessions  are  devoted  almost  exclusively 
to  group  problem-solving.  Where  possible,  each  student 
videotapes  his/her  client  at  the  client's  worksite, 
which  enables  classmates  and  faculty  to  participate 
meaningfully  in  the  process  of  assessment,  problem 
definition  and  problem  resolution.  Final  project  reports 
consist  of  summary  recommendations  directed  to  the 
client  and  employer/job  trainer. 

RESULTS 

lob  Accommodation  gives  students  a  directed  clinical 
experience  that  applies  their  accumulated  knowledge  of 
OT  principles  to  the  needs  of  persons  in  specific 
vocational  setHngs.  The  term  projects  provide  several 
unique  experiences:  application  of  OT  theory  and 
practice  to  vocational  assessment  and  adaptation,  direct 
conUct  with  disabled  individuals  who  are  in  vocational 
settings,  and  experience  working  with  employers  of 
disabled  persons.  With  the  addition  of  a  rehabilitation 
engineer  and  an  industrial  designer  to  the  course  faculty, 
students  gain  experience  working  as  part  of  a  multi- 
disciplinary,  problem-solving  team.  This  approach 
mimics  the  realities  of  professional  life  where  OTs  are 
exchanging  ideas  with  persons  from  disciplines  outside 
of  occupational  therapy. 

The  course  also  bridges  the  gap  between  undergraduate 
and  graduate  instruction.  For  most  of  the  students,  the 
smaller  enrollment  and  seminar  format  is  their  first 
taste  of  the  graduate  student  "experience".  The  course 
was  taught  for  the  first  time  to  5  students  in  1991,  and 
the  course  will  be  continued  in  1992  and  1993.  Students 
responded  enthusiastically  to  the  course,  which 
reflected  their  interest  in  the  topic  areas,  the  shared 
expertise  of  the  multidisciplinary  instructional  team, 
and  the  open-discussion  format  of  the  class. 


DISCUSSION 

Jlicrapeutic  Media  I  and  Job  Accommodation 
successfully  combine  academic  education  and  pr" 
clinical  experience  by  augmenting  traditiona' 
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Back  Muscle  Activity:  A  Systaa  for  EM6  Measurement  and 
imalysis  in  the  Workplace 


Daniel  p.  aottesaan,  Qerald  Welsaan,  James  P.  Tranowski 
Vermont  Rehabilitation  engineering  Center 


Abstract 

An  integrated  hardware  and  software  Bystem 
has  been  developed,  that  uses 
elect romyooraphy  (EMG),  to  assesB  back 
muscle  activity  in  the  workplace.     It  is  a 
portable  system  for  collecting  dynamic 
surface  electromyography  data  that  can  be 
worn  in  many  situations  without  affecting 
normal  activities.     The  device  is  designed 
to  assess  a  worker's  level  of  back  muscle 
activity,  over  a  period  of  up  to  8  hours, 
during  the  performance  of  his/her  job. 
The  data  collected  may  be  represented  by 
graphical  output,  designed  for  this 
application,  that  provide  a  clear  picture 
of  the  subject's  back  muscle  activity. 
This  information  may  be  used  in  comparing 
the  back  muscle  activity  levels  between 
jobs,  or  in  evaluating  ergonomic 
improvements  in  a  job. 

Background 

Low  back  pain  (LBP)   is  a  major  problem 
throughout  the  industrialized  world.  High 
levels  of  muscular  exertions  in  the  back 
have  been  shown  to  be  risk  factors  LBP 
(Chaff in  &  Park  1973).  Electromyography 
(EMG)   is  widely  recognized  as  a  tool  for 
the  assessment  of  relative  magnitudes  of 
muscular  forces.  "Surface 
electromyography  is  an  important  method 
for  gauging  the  forces  generated  in  the 
underlying  muscles."   (Stokes  87) 

considerable  research  correlating  EMG  with 
muscle  forces  has  been  done  on  static 
postures  where  it  has  been  shown  that  EMG 
amplitude  correlates  with  force  (Chaffin 
1984).     Use  of  EMG  to  analyze  dynamic 
activity  is  more  complicated.     However,  it 
is  clear  that  excursions  of  the  EMG  signal 
do  represent  innervation  of  the  muscle  to 
exert  force  (Corlett  1990). 

Objective 

The  objective  of  this  research  was  three 
fold.     First,  to  develop  a  portable  EMG 
data  collection  system  to  measure  back 
muscle  (Erector  Spinae)  activity  in  the 
workplace  without  restricting  workers' 
activities.     Second,  to  develop  analysis 
methods  to  extract  meaningful  information 
from  the  data  that  is  collected.  Third, 
to  develop  graphical  presentation  methods 
to  make  the  data  collected  accessible  and 
comprehensible.     The  system  should  allow 
the  comparison  of  musclL  activity  tor  the 
same  worker  across  jobs  or  for  the  same 


job  across  workers.     These  comparisons  can 
be  vary  useful  in  job  assessment,  and  job 
redesign  efforts. 

Rationale 

This  system  will  help  in  determining  the 
LBP  risk  levels  of  existing  jobs,  as  well 
as  aid  in  designing  jobs  to  be  less 
stressful  to  the  back.     The  benefits  will 
thus  be  a  reduced  risk  of  diseUsling  low 
back  pain,  which  can  be  appreciated  across 
many  levels  of  our  society,  including 
workers,  employers  and  society  as  a  whole. 
The  worker  will  have  a  lower  risk  of 
injury,  the  employer  will  have  lower 
medical  costs,  and  society  will  be  less 
burdened  by  the  costs  of  disability. 

Design 

The  system  (Figure  1)  has  been  designed 
with  great  care  to  minimize  or  eliminate 
some  of  the  problems  that  are  often  faced 
by  researchers  in  EMG  data  collection.  By 
use  of  the  Davicon/Fasstech  active 
electrodes,  amplification  and  RMS  hardware 
we  are  able  to  obtain  a  signal  which  is 
clearly  associated  with  the  subjects' 
activity.     This  is  due  to  a  few  factors. 
Preamplifiers  are  attached  directly  to  the 
electrodes  reducing  the  problems  of 
interference  from  environmental  signals. 
The  hardware  also  has  built  in  analog 
filters  which  help  to  eliminate 
interference  that  would  otherwise  degrade 
the  data.     These  features  together  with 
the  RMS  signal  processing  gives  us  a 
relatively  smooth  ard  surprisingly 
comprehensible  signal.     The  use  of  a 
battery  powered  data  collection  system 
allow  data  collection  in  the  workplace 
while  the  worker  is  free  to  do  his/her 
job. 


Porlabie  EMG  Data  Collection  System 
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Data  Collaction 

The  sampling  and  data  collection  is  done 
with  a  "Polycorder",   (Omnidata,  Utah), 
which  is  a  3.5  lb  battery  powered  data 
logging  device.     The  Polycorder  is  able  to 
store  approximately  400  Kbytes  of  data. 
We  have  c.iosen  to  sample  at  10  Hz.  which 
allows  us  to  collect  data  for  up  to  5.5 
hours. 

TO  facilitate  comparison  of  EMG  values 
across  time  and  subjects,  resting  level 
and  a  standard  exertion  (Sub  maximal) 
samples  are  collected  at  the  beginning, 
end  and  intermediate  intervals  during  each 
data  collection  session.     These  reference 
level  samples  are  used  for  normalization 
of  the  EMG  data,  which  allows  us  to 
compare  data  from  different  sessions. 

Analysis 

The  analysis  has  two  primary  foci.  They 
are  magnitude  and  repetitiveness. 
Repetitiveness,  called  task  frequency,  is 
determined  by  counting  the  times  the  EMG 
signal  trace  crosses  the  mean  value  during 
a  time  window.     The  time  window  for 
repetitiveness  is  one  minute,  and  has  as 
its  center  the  data  point  being  evaluated. 
The  mean  is  calculated  for  the  entire 
sample.     The  magnitude  function  is  also 
smoothed  using  a  sliding  time  window,  in 
this  case  the  duration  is  specified  by  the 
user,  and  can  be  ae  short  as  a  few  data 
points  or  as  long  as  60  seconds. 

The  smoothed  functions  for  repetitiveness 
and  magnitude  are  processed  further  into 
chronological  files  of  categorical  data 
for  both  left  and  right  sides.  The 
magnitudes  are  assigned  to  1  of  8 
magnitude  bins  and  the  frequencies  to  1  of 
4  bins.     It  is  this  binned  data  that  is 
used  to  create  the  graphical  image 
described  in  the  next  section. 
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Graphical  Output 

A  graphical  presentation  method  has  been 
developed  to  present  the  data  for  one  or 
more  data  collection  sessions  in  a  single 
graphic.     (  See  Figure  2  )     The  X  and  Y 
axis  are  EMG  magnitude  on  the  right  side 
and  left  sid9  respectively.     Each  of  these 
are  divided  into  a  number  of  categories  or 
bins  as  referred  to  in  the  analysis 
section  above.     Within  each  cell  there  is 
a  four  bar  graph,  with  each  bar 
representing  a  task  frequency.     The  bar 
height  represents  the  number  of  samples  or 
the  total  amount  of  time  that  occurs  in 
the  category.     The  graphic  clearly 
illustrates  whether  the  activities  were 
primarily  symmetrical,     whether  there  was 
a  lot  of  time  spent  in  high  level 
exertions,  and  whether  the  repetitiveness 
for  back  exertions  in  the  job  is  high  or 
low. 

Development 

The  development  of  the  system  was  an 
evolutionary  process.     The  method  for 
calculating  the  repetitiveness  evolved 
from  observation  of  data  traces  and  their 
correlation  to  the  tasks  that  were  being 
done  at  the  time  of  recording.  Other 
methods  were  tried  but  found  to  be  less 
useful . 

Data  collection  at  lower  frequencies, 
including  2  Hz.,  was  attempted  with  the 
goal  of  extending  the  total  data 
collection  time,  now  limitec"  by  the 
Polycorder 's  memory.     A  FFT  analysis  was 
done  on  a  sample  collected  at  1000  Hz  and 
it  was  determined  that  sampling  of  the  RMS 
signal  should  not  be  done  at  a  rate  lower 
than  6  Hz.     Ten  Hz.  was  chosen  as  the  data 
collection  rate,  adding  a  safety  factor. 


Evaluation 

The  system  has  been  tested  in  a  few 
situations.     Laboratory  testing  included 
different  evaluations.     In  one  of  these  a 
subject  did  a  few  simple  activities,  00 
including  carrying  different  weights  and 
hand  transfer  tasks  using  different 
weights.     This  data  was  then  plotted  and 
visually  inspected  to  determine  whether 
the  EMG  data  reflected  the  tasks  being 
done.     The  data  did  reflect  the  tasks 
being  done.     A  section  of  this  data  plot 
is  reproduced  in  Figure  3.     In  another 
laboratory  study  subjects  did  repetitive 
bendin'j  tasks  to  lift  weights  from  floor 
level  to  waist  level.     In  this  study  the 
task  repetition  rate  could  be  clearly  seen 
in  the  data. 
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A  field  test  was  done  with  a  cook  as  the 
subject.     The  equipment  and  software 
functioned  well.     An  example  of  the  data 
from  this  subject  can  be  seen  in  Figure  2. 
Currently  a  large  scale  field  evaluation 
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Pigura  3t  Laboratory  Data 
Discussion 

Collecting  EMG  data  for  a  prolonged  period 
raises  the  issue  of  baseline  drift.  This 
has  been  addressed  by  periodically 
collecting  a  sample  of  resting  level  EMG. 
These  periodic  resting  level  samples  are 
used  when  the  data  in  normalized. 

Window  averages  are  used  in  the  analysis 
to  facilitate  understanding  of  the  gross 
behavior.     They  focus  attention  on  groups 
of  contractions  rather  than  single  muscle 
contractions,  allowing  conclusions  about 
work  done  during  a  period  of  time. 

Conclusion 

A  method  has  been  developed  for  acquiring 
and  analyzing  EMG  from  the  field.  The 
system  is  effective  because  it  records 
data  about  the  EMG  of  the  wearer,  while 
not  disrupting  normal  daily  activity.  The 
method  can  provide  an  objective  statement 
about  the  wearer's  back  muscle  activity. 

By  collecting  data  over  a  long  period  of 
time  (hours)  significant  information  about 
the  muscular  activity  of  a  worker 
throughout  his/her  shift  may  be  obtainea. 
The  associated  software,  developed  at  the 
Vermont  REC,  may  be  used  to  present  a 
clear  graphic  image  representing  back 
muocle  activity  during  the  job. 

There  ia  potential  for  further  development 
of  the  system.     Possible  future  directions 
include:  linkage  with  other  measures  of 
work  load,     and/or  a  video  tape  system  to 
Isolate  high  stress  aspects  of  a  job.  Tht- 
hardware  and  software  could  aloo  bo  uucd 


in  the  assessment  of  ergonomic  stressors 
to  other  injury  prone  areas  in  the  body, 
including  the  upper  extremity. 
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ABSTRACT 

A  survey  was  conducted  to  determine  the  bathroom 
fixtures  usage  preferences  by  800  disabled  people. 
Although  there  was  a  relatively  wide  range  of  responses 
because  o*  the  various  type  o*  disability  of  respondents, 
strong  preferences  and  approaches  were  noted  for 
bathtiJjs,  showers,  lavatory  or  toilet  fixture  configirations. 
Indications  for  design  improvements  to  these  fixtures  are 
indicated  r  this  paper. 


BACKGROUND 

Although  there  have  been  a  few  investigators  addressing 
human  factors  considerations  in  the  design  of  bathrooms 
and  bathing  fixtures  (1-3),  surprisingly  little  work  has  been 
done  to  detemnine  the  use  or  useability  of  such  facilities 
by  people  having  paralysis  or  restrictions  to  mobility.  In 
1990,  the  authors  conducted  a  sun/ey  to  determirie  how 
bathroom  fixtures  were  used  by  people  exhibiting 
paraplegia,  quadriplegia,  hemiplegia,  amputations,  or 
other  similar  restrictions  to  trobility.  This  report  describes 
their  study  and  findings. 


RESEARCH  QUESTIONS 

Several  key  research  questions  surfaced  at  \he  outset  ol 
the  study. 

1.  Demographics.  With  a  large  saniple  of  subject,  what 
are  the  relative  proportions  of  the  restrictions  to  mobility? 
What  are  the  age  groups  represented  in  the  sample? 
What  types  of  wheelchairs,  electric  or  manual  chairs, 
crutches,  canes,  or  other  mobility  aids  were  in  use?  What 
are  the  types  and  pre/alence  of  home  modifications  made 
to  facilitate  the  use  of  the  bathroom? 

2.  What  are  the  types  of  approaches  to  bathtubs  for 
people  using  wheefchairs,  and  how  do  they  differ  from 
the  approaches  of  those  W  /  are  able  to  walk  with 
assislance? 

3 .  How  effective  te  the  use  of  such  transfer  aids  as  grab- 
bars  in  making  safe  transfers  to  and  from  the  bathtub  or 
the  toilet? 

4.  For  people  with  good  upper  txxJy  mobility,  do  they 
prefer  diying  themselves  in  or  outside  the  bathtub?  Do 
they  requre  assistance  in  drying? 

5.  What  are  the  design  features  of  the  lavatory  which  are 
preferred  or  which  present  problems  to  users  of 
wheek^iairs  or  other  tnobiity  aids? 

6  What  are  the  toilet  transfer  preferences  for  tlw;^  wlio 
use  wheelchairs'' 


METHOD 

In  order  to  acquire  a  large  sample  size  of  the  target 
population,  it  was  necessary  to  obtain  the  cooperation  of 
an  association  which  coukJ  easily  and  quicWy  provide  a 
random  listing  of  disabled  people.  Paralyzed  Veterans  of 
America  (PVA)  is  such  an  association  with  15000 
merrters.  PVA  was  approached  regarding  the  study  and 
generously  provkJed  a  list  of  1 900  names  randomly 
selected  from  the  membership. 

A  questk>nnaire  v;asconstnxaed  containrg  49  questons 
regarding  the  use  of  bathroom  fixtures.  Many  of  the 
queslons  were  enhanced  with  the  use  of  illustratons  or 
figures.  Typkally,  the  questions  asked  for  responses  of 
perceived  difficulty  foltowed  by  a  Likert  scale  having  four 
points;  "easy,"  somewhat  easy,'  somewhat  difficult,'  and 
'ditfkiult.'  A  sample  of  the  questions  and  the  use  of 
iBustrations  is  provided  r  Figure  1 .  Every  effort  was  made 
to  make  the  questons  readable,  easily  understood,  and 
appropriate  to  the  research  questions. 

Franked,  retum-addressed  envelopes  were  included  with 
each  questionnaire  so  that  no  cost  was  incurred  by  the 
respondents  except  for  their  time.  A  cover  letter  to  the 
questonnaire  was  provided  by  the  researchers  assuring 
the  respondents  of  their  anonymity  and  freedom  to 
decline  from  participating  without  risk  to  their  PVA 
affiliation  or  their  veterans'  benefits. 


RESULTS  AND  DISCUSSION 

Of  the  1900  questionnaires  sent  to  members  of  PVA, 
800  were  completed  and  returned.  This  exceptional 
return  rate  of  45%  is,  undoubtedly,  an  indteator  of  the 
interest  and  concern  generally  held  for  improving 
tathroom  fixtures  among  the  subject  population. 

Demographics 

Since  the  participants  in  the  study  were  acquired  through 
Paralyzed  Veterans  of  America,  it  is  hardly  surprising  that 
;he  respondents  were  predominantly  male  (95%).  The 
female  militaiy  population  comprises  a  relat■^e^y  smal  part 
of  the  total  military  force.  Abo,  spinal  cord  injuiy,  cerebral 
vascular  accidents,  and  other  forms  of  paralysis  are 
generally  more  prevalent  among  the  male  populatkxi. 

Of  those  responding  to  the  qtiestionnaire,  40%  were  less 
than  50  years  of  age.  Thus,  the  opinons  or  experiences 
expressed  may  be  somewtiat  more  reflective  of  an  older 
population. 

The  causes  of  disabilities  were  distributed  as  follows 
46%  paraplegia,  16%  quadriplegia,  27%  multiple 
sclerosis,  4%  poliomyelitis,  arid  7%  hemiplegia  or 
amputation 
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Of  the  respondents  who  u'^ed  a  wheelchair,  83%  used  a 
manual  chair  and  17%  used  an  electric  chair.  Among 
those  not  using  a  wheelchair,  28%  used  a  cane  or 
crutches  for  assistance. 

The  majority  of  respondents  lived  with  their  family,  and 
among  those,  70%  had  made  modifications  in  their 
homes  to  help  them  perform  their  daily  activities  more 
independently. 

One  of  the  questions  related  to  the  respondents' 
satisfaction  in  toileting,  showering,  or  bathing 
independently.  The  participants  were  nearly  eveniy  split 
in  their  response  to  this  question:  54%  replied  that  they 
were  satisfied,  46%  said  that  they  were  not  satisfied  with 
their  usability  of  the  bathroom. 

Bathing 

To  ease  data  reporting,  all  responses  to  the  questions 
have  been  "collapsed"  to  reflect  a  two  point  scale,  "easy" 
or  "difficult." 

There  were  a  large  number  of  questions  concerned  with 
walking  and  wheelchair  approaches  to  the  bathtub. 
Illustrations  of  three  different  approaches  to  the  bathtub 
were  provided  in  the  questionnaire.  Two  bathtubs  were 
shown  in  these  illustrations;  one  had  a  platform  at  one 
end,  but  the  other  had  no  platform.  For  the  bathtubs 
having  no  platform,  74%  of  the  respondents  indicated 
that  they  would  have  moderate  to  high  levels  of  difficulty 
making  a  perpendicular  wheelchair  approach.  The  parallel 
approach  appears  to  be  preferred  with  only  41  %  of  the 
respondents  indicating  any  difficulty.  This  advantage  in 
ntaking  a  parallel  wheelchair  approach  disappeared  with 
the  introduction  of  the  platform  to  the  bathtub:  70% 
found  difficulty  with  an  "angled"  approach,  and  63%  said 
the  parallel  approach  would  be  difficult.  The  respondents 
making  a  walking  approach  to  the  bathtub  were  somewhat 
more  evenly  distributed  in  their  preferences.  In 
approaching  bathtubs  without  a  platform,  55%  said  the 
perpendicular  approach  would  be  difficult  and  68% 
responded  nat  the  angled  approach  would  present 
difficulty.  The  addition  of  the  platform  to  the  bathtub  left 
57%  of  these  walking  respondents  finding  difficulty  in  the 
angled  approach  and  48%  having  difficulty  with  the 
parallel  approach. 

The  line  of  questioning  continued  by  asking  the  relative 
difficulty  encountered  with  transfers  and  walking 
approaches  to  the  bathtub  rim  and  whether  the  presence 
of  grab-bars  had  an  p"-:cI  A  great  majority  of  those 
making  a  transfei  irom  a  wheelchair  to  the  bathtub  rim 
stated  that  doing  so  without  a  grab-bar  would  be  difficult 
(89%)  but  only  50%  found  such  transfers  to  be  difficult 
with  grab-bars  provided.  The  respondents  wa'king  to  the 
rim  of  the  bathtub  responded  in  a  surprisingly  similar 
fashion:  86%  thought  the  transfer  would  be  difficult 
without  a  grab-bar  while  only  43%  thought  the  transfer 
would  be  difficult  with  a  grab-bar. 

Making  the  transfers  from  the  rim  to  the  bottom  of  the 
bathtub  and  the  return  to  the  rim  also  appears  to  be 
affected  by  the  presence  of  the  grab-bars.  When 
transfering  to  the  bottom  of  the  bathtub,  88%  considered 
the  task  to  be  difficult  without  the  grab-bars  while  only 
43%  considered  this  transfer  to  be  difficult  if  giab-bars 
were  provided.  Making  the  return  to  the  rim  of  the 
bathtub  from  the  bottom  elicited  similar  responses:  88% 
'oL,  J  such  transfers  to  be  difficult  without  the  grab-bars. 


and  52%  of  the  respondents  considered  the  transfer  to 
be  difficult  with  tfie  use  of  the  grab-bars. 

The  participants  of  the  study  tended  to  use  a  seat  in  the 
bathtub  (63%)  and  were  satisfied  ("yes"  or  "no"  response) 
with  its  perfomTance  (72%). 

Usage  of  faucets 

Resporxlents  to  the  questbnnaire  were  asked  to  rate  the 
difficulty  to  control  the  faucets  in  a  bathtub  based  upon 
location  (inside  or  outside)  and  control  options  (single 
control  faucet  or  separate  temperature  controls):  78% 
considered  the  inside  single  control  to  be  "easy"  to 
operate:  61%  thought  the  inside  separate  temperature 
controls  were  easy;  the  outside  single  control  was  rated 
easy  by  57%  of  the  respondents;  and  the  outside 
separate  temperature  controls  were  rated  as  easy  by  only 
42%.  of  the  respondents. 

Preferences  for  drying  off 

After  the  bath,  59%  of  the  respondents  preferred  drying 
off  inside  the  bath.  Assistance  in  drying  was  required  by 
38%  of  the  respondents. 


Usage  of  the  lavatory 

The  vast  majority  of  respondents  (91  %)  preferred  to  use 
an  open  lavatory  accomnnodating  the  wheelchair  because 
of  the  improved  access  to  the  faucets. 

No  meaningful  differences  were  reported  concerning  the 
preference  for  "round,"  "indented,"  "blade,"  or  "single 
lever"  faucets.  The  respondents  reported  all  of  these 
faucet  designs  to  be  easy  to  use. 


Usage  of  the  toilet 

Respondents  using  wheelchairs  were  asked  their 
preferences  in  making  the  transfer  to  the  toilet.  Little 
difference  was  noted  among  the  frontal  approach  at  an 
angle  (29%),  the  forward  transfer  (29%),  and  the  side 
approach  at  an  angle  (28%).  The  side  transfer  was  not  as 
favored  (14%). 

Toileting  activities  by  those  using  a  wtieelchair  consume  a 
substantial  amount  of  time  for  the  sample  population, 
however.  Only  15%  of  the  sample  errptied  their  leg  bags 
of  urine  into  the  toilet  once  a  day,  30%  reported  three 
empties  per  day,  26%  reported  four  empties  per  day,  and 
29%  reported  five  bag  empties  per  day.  The  Ixawel  care 
programs  used  by  the  respondents  had  53%  using  the 
toilet  daily,  32%  using  it  every  2  days,  and  15%  using  it 
every  3-5  days. 

The  collection  of  these  data  has  enabled  the  authors  to 
acquire  a  more  complete  understanding  of  the  usage 
bathroom  and  conventional  bathroom  fixtures  by  disabled 
people.  This  information  is  used  by  the  authors  as  the 
basis  of  new,  more  ergonomically  designed  and  safer 
bathrooms  fixtures. 
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Figure  1:  example  of  two  illustrated  questions 
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1.  Rate  the  difficulty  of  approaching  the  side  of  the  bathtub  from  the  positions  seen 
below.  Circle  1 ,2,3  or  4  (go  lo  question  2  if  not  applicable) 


1 .  easy 

2.  somewhat  easy 

3.  somewhat  difficult 
^.  very  difficult 

1  easy 

2.  somewhat  easy 

3.  somewhat  difficult 
4  veryditfcult 


Usage  of  the  toilet 

1 .  If  you  use  a  wheelchair,  do  you  approach  the  toilet  from  one  of  the  positions  shown  below  in  1 ,2,3  or  4V 
Please  circle  one. 


12  3  4 

2.   Regardless  of  your  approach  to  the  toilet,  rate  the  difficulty  ol  transfering  onto  the  seat  from  a 
wheelchair?  
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ABSTRACT 

An  adaptive  tape-trimming  jig  is  described,  which  utilizes  a 
linear  positioning  slide  fabricated  from  carpenter's  layout  tools. 
The  adapted  slide  offers  a  slip-fit  line  of  travel,  with  adjustable 
friction.  The  slide  mechanism  may  be  useful  for  designs  other 
than  the  lape-trimming  jig. 

BACKGROUND 

The  ability  to  return  to  work  after  a  job-related  injury  involves 
not  only  rehabUilation,  but  elimination  of  the  circumstances 
which  contributed  to  the  injury  and  the  modification  of  any  job 
stations  which  may  cause  the  injury  to  re-occur  as  well.  Just  as 
important  is  the  motivation  to  return  to  work  on  the  part  of  the 
worker. 

A  Worksite  Modification  Evaluation  was  requested  by  a  private 
insurance  company,  trying  to  assist  an  injured  worker  in 
returning  to  the  job  site.  The  job  site  was  an  abrasive  disc 
refinishing  company.  The  worker  in  question  was  a  45-year  old 
woman  who  injured  her  right  hand  and  wrist  after  approximately 
six  weeks  on  the  job  as  one  of  three  Plater  Helpers.  The  injury 
had  apparently  occurred  in  an  area  outside  her  specific 
workstation,  and  involved  abrasions  of  the  right  hand  and  wrist 
with  several  foreign  bodies  (pieces  of  wire)  having  to  be 
removed.  The  client  had  been  off  work  for  approximately  1 1 
months  before  the  referral,  but  was  still  motivated  to  return  to 
work.  During  that  time,  the  client  had  undergone  exploratory 
surgery,  nerve  blocks,  occupational  therapy,  and  physical 
therapy. 

Job  tasks  of  the  Plater  Helpers  include; 

•  Masking  of  abrasive  disc  with  industrial  tape 

•  Trimming  of  l/4"-widc  margin  at  inside  and 
outside  edges  of  disc  to  expose  the  metal  at 
these  areas 

Installation  of  l/4"-20  bolt  through  center  of 
disc 

Cleaning  of  disc  in  sandblastcr 
Polishing  of  disc  on  machine  lathe 
The  discs  being  handled  varied  from  approximately  5"  in 
diameter,  weighing  less  than  2  lbs.  to  approximately  12"  in 
diameter,  weighing  over  20  lbs.  A  Plater  Helper  may  handle  15 
to  20  discs  per  day. 

All  job  tasks  seemed  to  involve  excessive  work  on  the  part  of 
the  worker's  injured  right  upper  extremity.  Assistive 
Technology  interventions  which  were  recommended  included: 

■  U%  of  industrial-grade  tape  dispenser  to 
eliminate  current  "slicing  off  of  individual 
pieces  of  tape 

•  Fabrication  of  custom-designed  tape-trimming 
Jig 

■  Fabrir^ition  of  disc/bolt  holder  to  eliminate 
need  for  handling  of  two  wrenches 
simultaneously 

•  Fabrication  of  disc  holder  for  inside  of 
sandblaster  so  that  discs  would  not  have  to  be 
held  by  worker 


Use  of  carpenter's  sandpaper  rubber  molding  to 
provide  stabilization  of  sandpaper/dampening 
of  vibration.  Also,  use  of  rubber  mallet  to 
release  clamp  lever 
The  lape-trimming  jig  is  the  intervention  which  utilizes  the 
adjustable  slide  positioning  compoi>ents  described  in  this  paper. 

DESIGN  OF  TAPE-TRIMMING  JIG 

The  client,  and  the  other  two  Plater  Helpers,  performed  the  tape- 
trimming  in  the  same  manner  scoring  an  an:  in  the  tape  with  a 
single-edge  razor  knife,  and  then  re-positioning  the  disc  and  re- 
scoring  until  the  arc  was  cut  all  the  way  around  the  disc.  This 
method  was  used  on  alt  discs,  regardless  of  size  or  weight. 
Design  factors  which  had  to  be  considCTed  included: 

•  Ability  to  perform  tape-trimming  with  reduced 
work  on  the  part  of  the  injured  right  upper 
extremity 

Use  of  device  by  all  three  Plater  Helpers 

•  Handling  of  all  disc  sizes  and  weights 

•  Possible  increases  to  quality 

•  Possible  increases  to  productivity 

•  Durability  of  components 

•  Serviceability  of  parts 

•  Cost  of  jig 

Clearly,  the  method  of  actual  tape-trimming  needed  to  be 
changed.  The  existing  method  of  scoring  the  tape  necessitated 
firm  pressure  of  the  blade  of  the  razor  and  the  re-positioning  of 
heavy  discs.  Design  of  the  lape-trimming  jig  focused  on  the 
possibility  of  making  the  cutting  edge  stationary,  and  having  the 
disc  rotate  using  a  mechanism  which  did  not  involve  excessive 
work  on  the  part  of  the  right  upper  extremity. 

A  circular,  rotating  disc  support  surface  was  specified,  attached  to 
a  rectangular  ba.sc  with  a  turntable  ball  bearing  assembly.  A 
linear  slide,  allowing  precise  positioning  of  the  cutting  edge, 
could  be  located  above  one  side  of  the  disc  support,  enabling  a 
score  to  be  made  at  any  radius  required. 

FABRICATION 

The  rectangular  base  and  circular  disc  support  were  fabricated 
from  laminated  pressboard  sink  cutouts,  obtained  from  a  local 
lumber  yard  (Figure  1).  The  ball  bearing  assembly  was  obtained 
from  an  industrial  supply  company.  A  non-skid  surface  was 
glued  to  the  top  of  the  circular  disc  support  surface  to  prevent 
discs  from  sliding,  and  rubber  feet  were  added  to  the  bottom  of 
the  base  to  stabilize  the  entire  unit 


276 


RESNA  International '92  •  June  6-11,  1992 

291 


ADAPTIVE  TAPE-TRIMMING  JIG 


Figure  I 

The  posilioning  of  ihc  culling  edge  was  achieved  by  ihc 
modincation  of  one  piece  of  a  carpcnicr's  ramnie!  head  scl.  The 
trammel  head  scl  is  typically  attached  to  a  standard  piece  of 
galvanized  pipe  to  enable  a  large  radius  »  be  ilrawn  on  building 
materials.  One  piece  of  the  scl  accepts  a  steel  pivot  pjinl.  the 
other  a  rectangular  piece  of  chalk.  A  thumbscrew  on  <.  ach  piece 
allows  tlie  radius  to  be  set  before  drawing  begins. 

For  the  tapc-lrimming  jig,  the  trammel  head  piece  normally 
l.olding  the  chalk  was  modified  (Figure  2).  The  bracket 
accepting  the  chalk  was  removed,  Icavmg  a  Hat  surface.  A  piece 
of  hollow  delrin  rod  was  flattened  on  one  .side,  alkiwing 
attachment  to  the  trammel  piece  via  two  machine  screws  and  10- 
32  tapped  holes  in  the  delrin.  An  addiuonal  sere*-  was  installed 
through  the  delrin  to  keep  the  knife  from  rotating. 


Figure  2 

A  key  modification  to  the  trammel  piece  inviilvcd  the 
replacement  of  the  thumbscrew  with  a  threailcd  ball  plunger. 
This  ball  plunger,  with  nylon  insert  to  allow  exact  positioning, 
provides  adju.stable,  yet  constant  pressure  on  the  pipe  to  fine-tune 
the  friction  of  slip-fit  on  the  pipe. 

To  use  the  lapc-lrimniing  jig,  the  client  piisitions  the  disc  at  the 
center  of  the  circular  disc  support.  The  blade  handle  is  then 
positioned  laterally  at  the  required  radius  of  the  cut  (Figure  3). 
Once  the  radius  has  been  determined,  the  client  lilts  the  blade 
downward  to  meet  the  tape  surface  and  rotates  the  circular  disc 
support  clockwise  until  the  .score  is  made  completely  around  the 
disc  (1-igurc  4).  The  unifimn  cut  greatly  increases  ihe  quality  ol 


the  job  task,  as  the  radius  is  set  and  docs  not  vaiy  as  it  did  with 
the  previous  arc  method.  After  both  inner  and  outer  scores  l.ave 
been  made,  the  client  lifts  off  the  excess  tape. 


Figure  4 


CONCLUSION 

A  taiK  inmming  jig  was  fabricated,  as  part  of  an  array  of 
Assistive  Technology  equipment  interventions  to  reduce  the 
work  required  of  an  injured  worker's  right  upper  extremity  and 
allow  a  return  to  work.  The  jig  was  fabricated  with  inexpensive 
parts,  available  at  hardware  stores,  lumber  yards,  and  adaptive 
equipment  and  industrial  supply  companies.  Total  cost  of  the 
materials  involved  in  the  tapc-trimming  jig  was  approximately 
S90,  with  approximately  three  hours  of  fabrication  time  required. 
The  linear  slide  adjusunent  of  the  jig  may  be  applicable  to  many 
other  designs. 
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SUPPLIERS 

McMasier-Carr  Supply  Company 
P.O.  Box  4355 
Chicago,  IL  60680^355 
(708)  833-0300 


Item 

Item  # 

Unit 

Trammel  Head 

1920A42 

set 

Ball  plunger 

3408A39 

each 

Knife 

38995A71 

ca:h 

Knife  blades 

38995A73 

package 

Dclrinrod 

8627K62 

5'-lenglh 

Ball  bearing  unit  603 IK  19 

each 

Fred  Sammons,  Inc. 
P.O.  Box  32 

Brookfield,  IL  60513-0032 
(800)  323-5547 

Item  Item  #  Unit 

Non-skid  pad      6563  01  each 
Hardware  stcXE 

Pipe 

Flange 

90  degree  elbow 
Cap 

T-nut  fasteners 
10-32  round  head  sctcws 
#10  washers 
Rubber  feet 
Lumber  yard 

Laminated  pressboard  sink  cutouts 


Glenn  Hcdman 
Coordinator 

Assistive  Technology  Unit 

University  AfTiIiated  Program 

University  of  Illinois  at  Chicago  (M/C  627) 

1640  West  Roosevelt  -  Room  412 

Chicago,  IL  60608-1396 

(312)  41 3- 1555  (Voice) 

(312)413.0453  (TDD) 

(312)413-1326  (FAX) 
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Glenn  Hedman,  M.Eng. 
Assistive  Technology  Unit 
University  AfTiliatcd  Progrem  /  University  of  Illinois  at  Chicago 
Chicago,  Illinois  USA 


ABSTRACT 

Design  and  fabrication  of  an  adapted  document  cart  is  presented. 
This  worksite  modification  was  performed  for  an  individual  with 
cerebral  palsy,  who  needed  surfaces  to  provide  stability  while 
storing  papers  on  high  shelves  in  a  federal  docun.ent  storage 
facility. 

INTRODUCTION 

Referrals  for  worksite  modification  often  involve  the 
modification  of  devices  already  at  the  job  site.  These 
modifications  made  need  to  be  made  on  a  device  used  by  tlic 
specific  employee,  or  to  those  shared  by  all  employees. 

A  Worksite  Modification  Evaluation  referral  was  made  to  the 
Assistive  Technology  Unit  (ATU)  o.  the  University  of  Illinois  at 
Chicago  (UIC)  University  Affiliated  Program  (UAP).  The 
referral  was  maJe  by  a  local  community  agency,  as  it  was 
assisting  the  Illinois  Department  of  Rehabilitation  Services  in 
placement  of  an  individua'  at  a  federal  document  storage  facility 
in  Chicago. 

The  client  referred  is  a  22-ycar  old  male  with  cerebral  palsy,  who 
is  ambulatory.  The  community  agency  had  been  providing  a  job 
coach  to  assist  the  client  in  learning  the  job  tasks  and  in 
monitoring  the  quality  of  the  work  performed.  The  specific  job 
in  question  was  that  of  Drop  Filer,  which  includes  the  following 
tasks: 

Load  document  cart  with  papers  to  be 
fited 

Locate  aisle  where  correct  storage  box  is 
kxatcd 

Locate  correct  storage  box  on 
shelving  units 

Pull  storage  box  from  shelf  and  insert 
document 

For  this  job,  all  Drop  Filers  used  a  government-issued  document 
cart.  Standard  procedure  included  each  Drop  Filer  being  assigned 
a  specific  cart  for  their  exclusive  use.  Carts  were  stored  in  a 
common  parking  area  when  not  in  usi 

The  document  storage  area  is  comprised  of  several  aisles  with 
metal  storage  shelves  on  both  sides,  each  aisle  only  28"-wide. 
While  the  shelving  units  are  15  to  20  feet  high.  Drop  Filers  need 
access  to  only  the  bouom  7  shelves,  the  highest  being 
approximately  7  feet  high.  When  storing  documents  on  the 
higher  of  the  7  shelves.  Drop  Filers  use  the  fold-out,  two-step 
ladder  of  the  document  caa  The  step  ladder  allows  the  Drop 
Filer  to  stand  either  11 "  or  22"  above  the  floor  to  reach  the 
correct  storage  box. 

Although  the  client  is  ambulatory,  he  did  have  the  need  for 
assistance  in  maintaining  his  balance  when  using  the  cart's  step 
ladder.  At  the  Worksite  Modificatfon  Evaluation,  dimensions 
were  taken  for  the  appropriate  height  of  side  and  front  support  for 
the  client  as  he  used  the  cart's  step  ladder  (the  client  stated  that 
front  support  was  needed  only  as  the  top  step  was  being  used). 
These  dimensions  were  W  and  40",  respectively.  The  ATU 
requested  that  the  document  cart  reserved  for  use  by  the  client  be 


allowed  to  be  removed  from  the  premises  for  modification.  After 
gaining  this  approval,  the  ATU  then  set  out  to  design  an 
adaptation  to  provide  the  needed  support  which  would  not 
sacrifice  the  portability  of  the  document  cart. 

DESIGN 

Factors  included  in  the  design  of  the  document  cart  adaptation 
included 

Location  of  support  members 
Portability  of  cart 
Weight  of  adaptation 
Adjusubility  of  supports 
Durability  of  components 
Serviceability  of  parts 
Cost  of  materials 

The  dimensions  of  the  support  surfaces  translated  to  a  three-sided 
frame,  with  side  support  present  at  two  levels  (to  provide 
appropriate  height  support  when  each  of  the  two  steps  were 
being  u.scd). 

In  order  to  maintain  the  portability  of  the  document  cart, 
attachment  to  the  fold-out  step  ladder  was  considered  to  be  the 
most  appropriate  option.  By  doing  so,  the  relative  dimensions 
between  the  support  surfaces  and  the  steps  would  be  kept 
constant,  and  one  action  on  the  part  of  the  client  would  be 
required  to  set-up  or  fold  the  steps.  Attachment  would  be 
achieved  through  affixing  the  frame  to  a  block  of  wood,  and 
attaching  the  block  of  wood  to  the  bouom  supports  of  the  fold- 
out  steps.  Although  tlie  steps  would  no  longer  fold  entirely  into 
the  body  of  the  document  cart,  the  frame  and  steps  would  be 
compact  enough  to  maneuver  into  and  out  of  the  storage  aisles. 

Aluminum  frame  components  were  specified  to  reduce  the  overall 
weight  of  the  assembly.  Modular  fittings  were  itKludcd  to  allow 
adjustment  of  the  support  locations.  The  modular  fittings  would 
also  allow  easy  replacement  or  further  adaptation. 

Prior-approval  for  the  cost  involved  in  the  adaptation  was 
requested  and  obtained  from  the  client's  DORS  counselor. 

FABRICATION 

Using  commercially-available  aluminum  tubing  and  fittings,  a 
frame  was  constructed  which  duplicated  the  support  surface 
dimensions  taken  at  the  Evaluation  (Figure  1).  Frame 
components  were  1"  CD  aluminum  tubing,  and  1"  ID  aluminum 
crossover-fittings  and  tee-fittings.  Additional  side  components 
were  added  for  structural  support 
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Figure  1 


Crosspicces  were  added  ai  ihe  bottom  of  the  frame,  which  were 
attached  to  a  piece  of  2"  x  10"  stair  joist  material,  trimmed  to  fit 
the  available  space  at  the  step  ladder  support  legs.  The  wood 
block  was  then  attached  to  the  support  legs  (Figure  2).  Long- 
tangent  U-bolts  were  used  at  both  attachment  points,  to 
accommodate  the  tubing  diameter  and  the  thickness  of  the  wood 
block. 


Figure  2 

Since  all  components  of  the  frame  are  located  at  or  to  the  rear  of 
the  existing  step  ladder  pivot  bolt,  all  support  legs  lift  upward 
when  the  frame  is  tilted  forward,  allowing  the  cart  to  be  fully- 
mobile  (Figure  3). 


Figure  3 

Cylindrical  foam  insulation  was  installed  over  the  exposed 
tubing  sections,  for  the  client  as  well  as  to  protect  the  shelving 
units  from  scratches  (Figure  4).  End  caps  were  added  at  the  ends  ■ 
of  the  tubing,  to  protect  against  cuts. 


Figure  4 

CONCLUSION 

Independent,  safe  use  of  a  document  can  was  achieved  through 
adaptation  using  lightweight  aluminum  tubing  and  fittings,  foam 
iny.ulatinn,  and  end  caps.  Total  cost  of  the  materials  involved  in 
this  worksite  modirication  was  approximately  $285,  and  about  4 
hours  fabrication  time  was  rc<iuired.  The  client's  supervisor 
indicated  that  the  same  modirication  would  be  beneficial  to  all 
Drop  Filers. 
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SUPPLIERS 

McMaster-Carr  Supply  Company 

P.O.  Bon  4355 

Chicago,  IL  60680-4355 

(708)  833-0300 

Item  Item  #  Unit 

Tubing  4699TI4  lO'-lengihs 

Short  crossover  fittings  4698T42  each 

Tee  fittings  4698T91  each 

End  caps  4936T196  each 

Long-tangent  U-bolts  8875T52  each 


Hardware  store 

Chair  leg  rubber  tips 
Cylindrical  foam  insulation 
3/8"  ID  washers 


Lumberyard 

2"  x  10"  stair  joist  material 


Glenn  Hedman 
Coocxlinator 

Assistive  Technology  Unit 
University  Affiliated  Program 
University  of  Illinois  at  Chicago  (M/C  627) 
1640  West  Roosevelt  Road  -  Room  412 
Chicago,  IL  60608-1396 
(312)413-1555  (Voice) 
(312)  413-0453  (TDD) 
(312)  413-1326  (FAX) 
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Hands-Only  Operated  Electronic  Industrial  Sewing  Machines 


Dominic  P.K.  Cheng 
Rehabilitation  Engineering  Centre 
Hong  Kong  Polytechnic 
Hung  Horn,  Hong  Kong 


Abstract 

Wheelchair  users  cannot  use  an  electronic  industrial  sewing 
machine  because  it  requires  both  hand  and  foot  to  operate. 
The  approaches  taken  to  convert  two  types  of  machines  from 
different  manufacturers  for  hands-only  operation  were 
described.  Four  converted  machines  have  been  successfully 
used  since  1989  in  a  sheltered  workshop  for  both  training  of 
and  production  work  by  wheelchair  users. 


Background 

Electronic  industrial  sewing  machines  are  used  extensively  in 
modern  garment  industry  for  increased  productivity  and 
improved  quality.  Unlike  their  senior  electric  sewing 
machines,  these  newer  machines  have  better  speed  control 
and  offer  a  vride  range  of  programmable  features  such  as 
speed  range,  acceleration  profile,  automatic  reverse  stitching 
before  forward  stitching  etc.  Unfortunately,  common  to  all 
motorized  industrial  sewing  machines,  the  right  leg  is 
required  to  operate  both  a  foot-pedal  and  a  presser-foot 
lifter  knee-pedal.  When  the  foot-pedal  is  pressed  forward, 
the  sewing  speed  increases  and  when  it  is  pressed  backwards, 
sewing  stops  and  automatic  reverse  stitching  is  activated  if 
programmed,  before  both  upper  and  lower  threads  are  cut 
by  a  moving-knife  under  the  feed-dog.  The  presser-foot  is 
raised  or  lowered  by  either  a  hand-operated  lever  or  a  knee 
operated  pedal.  The  hand-operated  lever  is  used  only 
occasionally  because  the  knee  pedal  requires  less  effort  to 
operate  and  it  also  frees  both  hands  for  increased 
productivity.  To  further  minimize  physical  efforts  and 
increase  efficiency,  a  presser  lifting  solenoid  option  is 
available.  The  electric  solenoid  is  activated  by  a  sensitive 
knee-operated  pedal  switch. 


Statement  of  the  problem 

Is  it  possible  for  a  person  who  has  lost  the  function  of  both 
lower  limbs  to  operate  an  electronic  industrial  sewing 
machine?  In  other  words,  is  it  possible  to  modify  an 
electronic  industrial  sewing  machine  so  that  it  can  be 
operated  easily  by  a  person  with  cither  only  one  or  both 
functioning  upper  limbs? 


Rationale 

Considerations  when  modifying  electronic  Industrial 
machines  are: 

1.  Easy  operation  with  either  one  or  two  hands. 

2.  The  modification  must  not  interfere  with  sewing 
operations. 


3.  The  modification  must  neither  void  the  warranty  of 
the  sewing  machine  supplier  nor  adversely  affect 
maintenance  by  supplier  technicians. 

4.  The  modified  machine  should  be  able  to  be  operated 
by  both  disabled  and  able-bodied  operators. 

5.  The  modified  machine  should  be  able  to  be  easily  put 
back  to  its  unmodified  state. 


Design 

The  modifications  required  to  satisfy  the  goals  as  set  up 
above  vary  according  to  the  particular  type  if  electronic 
industrial  sewing  macliine  concerned.  Two  types  of  machines 
from  different  manufacturers  were  successfully  modified  by 
the  Centre.  In  both  eases,  a  push-button  control  panel 
provided  machine  operations  with  only  one  or  both  hands. 
The  panel  was  easily  accessible  50  that  a  hand  need  not  be 
away  from  the  material  at  all  or  for  only  an  acceptable 
length  of  time.  It  is  small  and  positioned  in  a  location  which 
neither  interfere  with  sewing  operations  nor  decrease 
significantly  the  amount  of  space  under  the  machine  frame. 
The  electronics  used  to  implement  the  hands-only  conversion 
plugged  into  existing  connectors  on  the  motor  controller  so 
that  there  was  no  modification  to  the  existing  electronics. 
This  was  necessary  to  preserve  supplier  warranty  and  to 
enable  servicing  of  the  machines  by  supplier  technicians 
without  knowledge  of  the  additional  electronics.  The  foot- 
pedal  and  knee  operated  foot-lifter  pedal  were  removed  in 
both  cases  to  allow  unrestricted  wheelchair  access.  They  can 
be  reinstalled  easily  and  quickly  either  for  maintenance  or 
for  operation  by  an  able  bodied  operator  if  desired. 

The  modified  machines  were  described  below  in  the  order 
as  encountered  by  the  Centre. 

■Inki  model  r)r)l,-'S5S0-f,/SC328 

Fig.  1  shows  the  modified  machine.  A  push-button  panel 
located  right  next  to  the  thread  tension  assembly  provided 
the  following  five  functions:  STOP,  SLOW  FORV/ARD 
STITCHING,  FAST  FORWARD  STITCHING,  REVERSE 
STITCHING  and  CUT-THREAD  (Fig.2).  The  hand 
operated  presser-foot  lifter  that  came  with  the  machine  was 
not  suitable  for  production  work  because  it  was  inconvenient 
and  required  much  effort  to  operate  (Fig.3).  It  was  replaced 
with  a  lever  which  was  shaped  for  convenient  and  low  force 
operation  (Fig.4,  Fig.2). 

Conversion  to  hands-only  operation  was  made  simple  by  a 
number  of  input  connectors,  designated  for  'standing'  work, 
provided  on  the  motor  controller.  There  was  no  technical 
information  provided  but  it  was  found  that  they  were 
activated  by  relay  closure.  These  functions  for  standing  work 
were  exploited  using  simple  logic  circuits  to  implement  the 
conversion. 
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PFAFF4(i5/SS0M  with  electric  fool-lifier  and  reverse  switch 
options 

The  modified  machine  had  a  push  button  panel  providing 
the  following  seven  fimctions:  STOP,  SLOW  FORWARD 
STITCHING,  FAST  FORWARD  STITCHING,  REVERSE 
STITCHING,  PRESSOR-FOOT  UP,  PRESSOR-FOOT 
DOWN  (Hgi) 

In  this  case  circuit  diagrams  of  the  controller  were  provided 
by  the  local  dealer.  Motor  speed  was  determined  by  TTL 
signals  sequenced  in  a  given  order.  A  Motorola  MC68705P3 
single-chip  micio-eomputer  was  used  to  implement  the 
required  logic.  A  micro-computer  was  not  strictly  neccs-sary 
but  it  was  used  for  convenience  and  to  allow  for  possible 
future  enhancement  at  only  a  slight  increase  in  material  cost. 
The  additional  electronics  plugged  into  the  foot-pedal  input 
of  the  Pfaff  machine. 


Evaluation 

One  Juki  and  later  three  Pfaffs  were  modified  and  they  have 
been  in  use  in  a  sheltered  workshop  for  both  training  and 
production  work  since  1989. 

The  instructors  were  first  apprehensive  about  a  push-button, 
digital  type  of  control,  which  was  very  different  from  the 
conventional  analog  type  of  control  using  a  foot-pedal.  But 
after  trying  out  the  modified  Juki  machine,  they  were  happy 
with  the  push-button  controls  and  immediately  saw  the 
benefit  of  the  slow  stitching  mode  for  training  and  for  sewing 
small  items  in  a  sheltered  workshop  emironment. 

Wheelchair  users  in  the  workshop  found  the  machines  easy 
to  learn  and  operate.  They  did  not  have  a  strong  preference 
for  the  machines  with  the  electric  foot-lifter. 

A  modified  machine  had  been  on  display  in  public  on 
numerous  occasions.  Curious  persons  who  had  never 
operated  a  sewing  machine  before  can  start  lo  sew 
immediately  after  a  demonstration  of  how  the  push  buttons 
work. 


Discussion 

A  push-button,  digital  type  of  control  is  a  plausible  way  to 
implement  hands-only  operation  of  an  electronic  industrial 
sewing  machine.  The  implementation  was  neither  difficult 
nor  expensive  in  the  two  cases  encountered.  The  modified 
machines  were  found  to  be  suitable  for  both  training  and 
production.  It  is  potentially  useful  for  persons  with  sufficient 
motor  control  for  handling  the  material  but  not  able  to 
operate  the  standard  foot-pedal  and  knee-pedal  confidently. 


Fig.l  Modified  Juki  with  foot-pedal  and  knee-pedal 
removed  for  unrestricted  wheelchair  access 


Fig.2  Push-button  control  panel  and  new  manual  pressor 
lifter  of  modified  Juki 
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Fig.5  Push-button  control  panel  of  modified  Pfaff 


Fig.3  Original  Juki  manual  pressor  lifter 


Fig.4  New  manual  pressor  lifter  for  Juki 
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CHANGING  THE  SYSTEM:  MEDICAID  GUffiEl^INES  FOR  AUGMENTATIVE/ 
ALTERNATIVE  COMMUNICATION  SYSTEMS  IN  NEW  YORK  STATF. 


Dcbra  J.  Zeitlin,  MA,  CCC  -  Martin  Ferguson-Pell,  PhD 
Center  for  Rehabilitation  Technology 
Helen  Hayes  Hospital 
West  Haverstraw,  NY 


ABSTRACT 

Entitlement  to  Medicaid  fu.  ding  for  augmentative/- 
altemative  communication  (AAC)  systems  is  de- 
fined by  its  function  as  a  "prosthetic"  device.  As 
such,  funding  can  only  be  provided  to  the  extent 
that  it  meets  a  specified  medical  need.  The  inter- 
pretation of  "medical  need"  varies  enormously 
nationwide  and  even  between  Local  Area  Offices  of 
Medicaid  within  a  state.   This  paper  describes  a 
project  undertaken  jointly  by  the  NYS  Office  of 
Health  Services  Management  (OHSM)  and  Helen 
Hayes  Hospital  Center  for  Rehabilitation  Technolo- 
gy. New  guidelines  were  established  for  the  prior 
approval  process  for  AAC  systems  which  have  been 
adopted  by  NYS  Medicaid.  It  accepts  that  AAC 
systems  are  required  to  compensate  for  a  disability 
that  affects  vocal  communication  while  ensuring  that 
the  evaluation  process  is  conducted  by  qualified, 
product  independent,  speec'i-languagc  pathologists 
in  a  cost  responsible  and  comprehensive  fashion. 

INTRODUCTION 

Obtaining  funding  for  augmentative/alternative 
communication  systems  is  always  difficult  but  even 
more  so  with  the  emergence  of  highly  technological 
communication  aids  costing  several  thousand  dol- 
lars. Few  individuals  can  afford  to  buy  these 
devices  without  some  financial  assistance.  Many 
non-speaking  individuals  turn  to  public  assistance 
for  funding  their  needed  equipment. 

In  New  York  State  Medicaid  the  review  of  requests 
for  funding  of  AAC  systems  has  demonstrated 
differences  in  interpretation  by  Area  Medical 
Offices  for  the  definition  of  "medical  need"  for  the 
device.  Approvals  for  funding  have  therefore  been 
inconsistent  within  the  state  among  the  7  Regional 
Area  Offices.  A  demonstrable  "medical  need"  is 
required  under  federal  law  for  a  prescription  to 
qualify  for  Medicaid  funding.    In  1988  the  NYS 
Office  of  Health  Systems  Management  Medicaid 
Bureau  of  Standards  Development  contacted  the 
Helen  Hayes  Hospital  Center  for  Rehabilitation 
Technology  to  ask  for  assistance  in  developing  guid- 
elines for  Medicaid  Reviewers  to  follow  in  the  prior 
approval  process.  This  paper  summarizes  the  pro- 
cess and  the  outcome  of  this  collaborative  effort. 


BACKGROUND 

Throughout  the  1980's,  grass  roots  advocacy  within 
the  state  of  N.Y.  led  to  law  suits  against  the  De- 
partment of  Health.  This  persistent  advocacy 
support  by  Speech  Language  Pathologists  (SLP)  and 
AAC  speciaihts  led  the  NYS  Medicaid  Bureau  of 
Standards  to  review  their  present  philosophy  and 
procedures,  and  helped  NYS  develop  a  realization 
that  revisions  to  their  policies  were  needed.  Their 
goal  was  to  develop  a  cost-responsible  method  of 
reviewing  prescription  justifications  while  broaden- 
ing the  interpretation  of  "medical  need"  to  embrace 
the  philosophy  that  an  AAC  system  serves  to 
overcome  the  disabling  effects  of  communication 
impairment  through  the  restoration  of  normal 
communication. 


METHODS 

This  project  was  initiated  by  a  meeting  of  represen- 
tatives of  NYS  OHSM,  Speech-Language  Patholo- 
gists who  specialize  in  AAC,  and  representatives 
from  Vocational  &  Educational  Services  for  Indi- 
viduals with  Disabilities  (VESID)  and  NYS  Depart- 
ment of  Education.  The  agenda  of  this  meeting  was 
to  review  existing  mechanisms  for  funding  AAC 
systems  through  Medicaid.  The  outcome  of  the 
meeting  included  an  approach  towards  establishing 
new  guidelines  through  a  collaborative  effort  of  the 
AAC  specialists  and  the  Bureau  of  Standards  and 
Development.  A  series  of  working  meetings  of  the 
AAC  specialists  ensued  and  negotiations  between 
members  of  the  CRT  and  The  Bureau  Of  Standards 
Development  took  place  over  a  2  year  period.  The 
Office  of  the  Advocate  for  the  Disabled  was  provid- 
ed with  information  for  comment  at  critical  stages 
in  the  development  of  the  guidelines. 

The  second  phase  of  this  project  included  a  survey 
to  collect  baseline  data  to  obtain  information  from 
AAC  prcscribcrs  on  the  effectiveness  of  the  Medic- 
aid prior  approval  process  before  implementing  the 
new  guidelines.  There  will  then  be  a  one  year  fol- 
low-up survey  to  determine  if  the  new  guidelines 
met  their  goals  of  expedited,  cost  responsible  AAC 
systems  funding  approval  through  NYS  Medicaid. 
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The  third  phase  of  this  project,  its  implementation, 
focused  on  information  dissemination.  This  was 
accomplished  on  two  fronts.  The  NYS  SLP's  were 
sent  a  packet  of  information  describing  the  new 
guidelines  and  included  the  new  evaluation  protocol. 
Two  one-day  training  sessions  were  held  for  the 
Medicaid  Area  Office  Personnel  to  train  them  in  the 
use  of  the  new  guidelines.  One  of  the  authors  (DZ) 
was  an  instructor  for  part  of  these  training  sessions. 

RESULTS 

Early  this  year  the  Guidelines  were  completed.  The 
final  version  included  concessions  from  both  the 
AAC  community  and  the  Medicaid  Office.  The 
guidelines  assist  in  the  definition  of  candidacy  so 
that  "medical  need"  embraces  the  concept  that  "an 
individual  is  eligible  for  an  AAC  system  when  their 
ability  to  communicate  using  speech  &/or  writing  is 
compromised  and  insufficient  for  normal  conversa- 
tion". The  guidelines  include  definitions  of  AAC 
systems  and  procedures  that  can  be  used  consistent- 
ly statewide  for  reviewing  prescriptions.  One 
policy  in  the  guidelines  includes  provisions  for 
funded  trial  periods  to  demonstrate  the  suitability  of 
a  prescribed  system.  This  policy  will  fund  trial 
periods  but  does  not  mandate  them.  The  rental  will 
be  paid  by  Medicaid  from  30  to  90  days.  When  a 
trial  is  recommended  a  transition  plan  to  purchase 
will  be  developed  jointly  by  the  local  Area  Medic- 
aid Office  and  the  prescribing  SLP  in  advance  of 
the  trial  period  to  ensure  smooth  transition  from 
rental  to  purchase.  It  is  also  possible  to  obtain 
Medicaid  funding  to  modify/replace  an  AAC  system 
due  to  improved  technology,  or  to  replace  a  system 
due  to  repair  status  or  loss. 
Another  outcome  of  this  project  was  the  develop- 
ment of  a  recommended  evaluation  protocol  to  be 
used  by  the  presc:ibing  Speech-Language  Patholo- 
gist. The  evaluation  protocol  was  developed  to 
ensure  that  the  SLP  has  systematically  addressed  all 
the  relevant  parameters  and  presented  the  infor- 
mation in  a  easily  followed  format.  This  process 
helps  to  ensure  that  the  evaluation  has  been  care- 
fully thought  through  and  that  all  evaluation  criteria 
that  pertain  to  funding  are  presented  to  the  Medic- 
aid reviewer.  The  philosophy  is  not  to  have  the 
Medicaid  Reviewer  second-guess  the  evaluating 
SLP's  clinical  decision.  The  approach  ensures  that 
there  is  evidence  of  a  thoroughly  performed  evalu- 
ation that  has  considered  a  wide  range  of  AACS 
options  and  selected  a  system  that  meets  the  com- 
munication goals  of  the  client  in  a  cost  responsible 
manner. 


Part  of  the  prior  approval  process  now  includes 
worksheets  that  are  filled  out  by  the  evaluating 
speech-language  pathologist  and  the  Medicaid 
reviewer.  These  worksheets  are  included  in  the 
process  to  ensure  the  evaluating  SLP  follows  the 
evaluation  protocol  and  includes  all  the  necessary 
information  in  the  evaluation  report.  They  also 
help  the  Medicaid  reviewer  find  the  information  in 
a  efficient  manner.  A  peer  review  process  has  also 
been  implemented  to  review  prescriptions  that 
exceed  a  maximum  cost  ceiling  (presently 
>  $8,000). 


DISCUSSION 

The  implementation  of  these  new  NYS  AAC  guide- 
lines is  a  big  step  for  the  assistive  device  communi- 
ty. Systematic  procedures  coupled  with  fair, 
consistent  review  should  provide  improved  access  to 
AAC  systems.  Redefining  Medicaid  patients' 
benefits  from  narrowly  interpreted  medical  need  to 
achieving  their  maximum  ability  to  communicate 
through  AAC  systems,  is  a  philosophy  that  hopeful- 
ly will  be  endorsed  by  other  states. 
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A  Conceptual  Model  Tor  Developing  Augmentative  Conununication  Skills  in 
Individuals  with  Severe  Disabilities 

Susan  M.  Hussey,  Albert  M.  Cook,  Sheridan  E.  Whinnery,  Lori  Buckpitt  and 

Mary  Huntington 
Assistive  Device  Center,  California  State  University 
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Abstract 

This  paper  describes  an  approach 
which  systematically  encourages 
independence,  control  and 
development  of  communicative 
competence  in  very  severely  disabled 
individuals.  The  intervention 
approach  consists  of  both  assessment 
and  training  phases  which  are 
continually  repeated  as  the  client's 
skills  change.  A  model  and  two  case 
examples  are  presented. 

Background 

The  individual  who  can  initiate, 
facilitate  and  terminate  a 
conversation  with  ease  is  said  to 
have  communicative  competence.  We 
frequently  hear  about  such 
individuals  who  were  able,  within  a 
short  period  of  time,  to  become 
effective  augmentative  communicators 
once  the  technology  was  made 
available  to  them.  At  the  other  end 
of  the  scale,  however,  is  the 
individual  who  is  severely  disabled 
and  is  working  on  attaining  the 
ability  to  influence  someone  or 
something  in  his  or  her  environment. 
The  purpose  of  this  paper  is  to 
present  an  intervention  approach 
that  was  developed  to  encourage 
independence,  control  and 
communicative  competence  in 
individuals  with  severe 
disabilities.  This  approach  is 
designed  to  progress  the  ciient 
along  this  continuum  at  his  or  her 
pace.  Different  types  of  technology 
are  considered  at  all  stages  of 
intervention  as  an  additional 
modality  for  the  practitioner. 

For  the  purposes  of  this  paper,  we 
define  severe  disability  as:  (1) 
limited  motor  capability,  only 
single  switch  control,   (2)  unknown 
sensory  and  cognitive  abilities  due 
to  assessment  limitations,   (3)  a 
generally  passive  nature,   (4)  non- 
speaking,  unknown  communicative 
skills,  responsive  rather  than 
expressive  behaviors. 

Statement  of  the  Problem 

Technology  is  making  it  possible  for 

individuals  with  severe  disabilities 


to  have  some  control  over  their 
environment  and  many    of  these 
people  are  being  seen  for  assis^'.ive 
technology  evaluations.  Although 
there  is  an  abundance  of  literature 
on  providing  equipment  to  less 
severely  disabled  individuals,  there 
is  very  little  literature  or  models 
on  intervention  for  those  with 
severe  disabilities.  The  questions 
frequently  asked  are  where  to  start, 
how  to  proceed,  what  are  the 
treatment  goals  and  outcomes? 

Approach 

The  goal  of  this  intervention  is  to 
use  technology  to  develop 
interaction  skills  in  disabled 
clients.  Specific  objectives;  are  to 
increase  both  the  quantity  and 
quality  of  these  interactions,  as 
measured  by  their  number  and  the 
variety  of  associated  co- 
occurrences, respectively.  An 
interaction  is  defined  as  an  event 
during  which  the  disabled  person 
actively  controls  an  object  or 
communicates  with  a  partner. 
Our  perspective  is  clinical.  The 
clients  to  be  described  were 
referred  to  our  client  service 
program,  and  they  were  not  selected 
as  research  subjects.  In  order  to 
formalize  our  approach,  we  consider 
three  primary  domains  in  which  the 
client  has  and/or  needs  to  develop 
skills.  These  domains,  are  the 
psycho-social ,  physical-sensory ,  and 
communicative- linguistic  domains. 
These  are  viewed  as  being  in  a 
circle,  and  the  model  represents  a 
cyclical  process  for  developing 
communication  skills  in  these 
individuals.  It  is  in  contrast  to 
the  commonly  described  sequential 
model  in  which  communication  and 
motor  training  are  viewed  as 
parallel  rather  than  inter-related 
aspects  of  intervention. 
Our  approach  consists  of  both 
assessment  and  training  phases  which 
are  continually  repeated  as  the 
client's  skills  change.  In  this 
approach,  intervention  is  considered 
to  be  a  sequence  of  developing  some 
physical  access,  coupling  this  to  a 
communicative  function  which  results 
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in  a  social  result.  As  gains  are 
made  in  one  domain,  they  facilitate 
progress  the  others.  The  cycle 
repeats  as  the  social  results  lead 
to  greater  need  for  more  physical 
ability  and  more  communicative 
functions  to  continue  social 
interactions.  We  use  an  approach 
which  included  both  professional 
staff  (OT,  SP,  RE)  and  "technology 
tutors" (graduate  students)  who  made 
weekly  home  visits  for  training. 

Implications 

Case  Study  One.  Janice  is  a  13  year 
old  girl  who  suffered  a  traumatic 
brain  injury  at  age  3.  She  is  very 
passive,  has  very  limited  hand/arm 
use  and  fair  head  control,  she  is 
responsive  to  family  members,  and 
her  major  need  is  for  social 
closeness.  Treatment  goals  ere  to 
increase  classroom  participation, 
expand  communication  beyond  social 
closeness,  increase  motor  capability 
and  increase  social  interaction. 
Prior  to  her  disability  Janice  was 
very  cautious,  and  she  would 
generally  observe  other  children 
playing  rather  than  join  in. 

We  developed  a  training  program  to 
increase  Janice's  ability  to 
exercise  control  over  her 
environment  through  manipulation  of 
objects  and  through  communication. 
Janice  used  a  single  switch  with  her 
right  hand,  but  this  skill  was 
largely  undeveloped  and  it  was 
inconsistent,  she  had  an 
understanding  of  cause  and  effect, 
but  was  inconsistent  in  using  the 
switch  to  obtain  a  desired  effect. 

A  training  program  was  implemented 
to  increase  her  reliability  and 
consistency.  This  program  centered 
around  the  control  of  computer 
programs,  appliances  and  toys. 
Over  the  13  months  of  traininn  in 
this  phase,  Janice  demonstrated 
periods  of  intense  activity  during 
which  she  clearly  showed  that  she 
understands  the  relationship  between 
switch  activation  and  the  resulting 
effect.  These  periods  were  generally 
triggered  by  novel  events,  and  the 
repetition  of  the  event  over  several 
sessions  resulted  in  decreased 
activity.  During  the  training 
period,  Janice's  ability  to  move  her 
arms  and  her  attention  span  both 
increased  significantly.  Janice  also 
exerted  significant  degrees  of 
independence,  but  it  was  recognized 


that  single  switch  scanning  would  be 
difficult  for  Janice. 

It  was  also  clear  that  her  head 
control  had  improved,  and  Janice 
began  using  a  head  light,  and  line 
drawings  attached  to  a  flannel 
board.  This  training  emphasized 
Janice  gaining  communicative 
competence  by  using  her  light  to 
initiate  an  activity.  Initially,  she 
used  real  objects.   For  example,  she 
shined  her  light  on  a  piece  of  a 
jig-saw  puzzle  and  the  observer 
responded  by  placing  the  piece  into 
the  puzzle.  We  then  used  enlarged 
line  drawings  to  request  an  action. 
She  made  choices  from  four  possible 
items.  Npxt  the  activities  became 
initial  cnoices  that  lead  to  more 
choices.  For  example,  when  she  chose 
the  activity  of  putting  make-up  on, 
she  would  then  be  given  a  choice  of 
nail  polish,  blush  or  eye  shadow. 

Janice  was  also  introduced  to  more 
abstract  language  concepts.  After 
making  an  initial  choice  of  an 
activity,  the  activity  symbols  were 
removed  and  symbols  for  "more"  and 
"stop"  were  used.  By  choosing  more, 
the  activity  would  continue  and  by 
choosing  stop,  the  activity  would 
stop  and  the  activity  symbols  would 
be  placed  back  up  so  that  another 
choice  could  be  made.  As  time  went 
on,  Janice  was  able  to  make  use  of 
these  concepts.  These  symbols  were 
also  generalized  into  the  card  game 
of  blackjack. 

Over  the  4  months  of  training  in 
this  phase,  Janice  has  demonstrated 
her  understanding  of  the  line 
drawing  representation  of  an 
activity.  Novel  or  high  interest 
events  elicit  the  greatest  interest. 
Over  a  three  year  period,  Janice  has 
moved  from  being  essentially  passive 
to  effective  communication  mediated 
by  the  head  mounted  light. 

Case  Study  Two.  Marge  is  a  23  year 
old  woman  with  cerebral  palsy.  She 
has  very  limited  hand  use,  gross  arm 
use,  limited  head  control,  and 
unknown  cognitive  and  linguisti' 
skills.  Her  primary  needs  are  fi  > 
social  closeness,  and  interaction 
with  family  and  friends.  Treatment 
goals  are  to  increase  motor  skills, 
group  home  communication,  and 
independent  choice  making. 

A  tip  switch  was  attached  to  her 
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left  wr.'st  and  she  activated  it  by 
lifting  her  hand  and  arm.  We  began 
training  her  to  activate  the  switch 
to  obtain  interesting  results  using 
computer  graphics  and  sound.  To  make 
use  of  the  switch  to  engage  in 
social  activities,  computer  games 
were  used  in  which  Marge  played 
against  her  mother.  She  developed 
skill  in  activating  the  switch 
without  time  constraints.  However, 
she  became  bored  quickly.  Because 
she  can  only  use  a  single  switch, 
she  needs  to  use  scanning  to  make 
choices  for  communication,  and  this 
requires  that  she  activate  the 
switch  at  a  specific  time.  We  tried 
to  develop  this  skill  using  computer 
programs,  but  this  task  was  not  easy 
for  Marge.  Once  Marge  did  achieve 
success  with  this  task,  we  needed  to 
develop  her  ability  to  physically 
select  from  an  array  of  several 
choices.  This  progression  was  even 
more  difficult  for  Marge,  and  she 
was  unable  to  succeed  at  it. 

Marge's  mother  asked  that  we  re- 
evaluate head  control,  and  that  we 
include  voice  output  in  a  direct 
selection  mode.  Since  Marge's  head 
control  had  improved  dramatically 
during  her  motor  training,  we 
attempted  light  beam  selection  using 
the  ACS  RealVoice.  This  has  been 
more  successful,  and  Marge  has  been 
able  to  choose  from  three  options 
reliably.  She  continues  to  be 
motivated  after  a  period  of  six 
months  (much  longer  than  any  other 
task  have  lasted) ,  She  is  using  this 
system  for  daily  communication. 

Discussion 

This  type  of  training  program  may 
not  be  appropriate  for  all  severely 
disabled  individuals,  and  several 
factors  coincided  to  make  this 
possible  in  both  cases.  First  of 
all,  a  program  such  as  this  could 
not  have  been  carried  out  without 
the  dedication  and  interest  of  the 
technology  tutors  who  were  willing 
to  make  frequent  visits  to  the 
client's  home.  The  technology  tutors 
met  on  a  regular  basis  with  the 
center  staff  to  discuss  the  client's 
progress  and  make  changes  in  the 
implementation  program.  Working  with 
the  clients  at  their  home  or  program 
sites  also  seemed  to  make  a 
difference  because  the  clients  were 
more  comfortable  and  they  were  able 
to  relax.     These  factors  increased 
performance  and  learning.  Also,  in 


both  situations,  funding  was 
available  through  private  trust 
funds  and  the  family  did  not  have  to 
wage  a  battle  for  funding. 

Both  of  thPi  mothers  put  a  priority 
on  their  daughters  gaining  some 
control  and  some  ability  to 
communicate,  but,  as  dedicated  as 
they  were  to  the  process,  they 
"THted  to  remain  the  "mother"  and 
not  be  the  therapist  or  teacher.  As 
clinicians,  we  often  expect  the 
parents  of  our  clients  to  carry 
through  on  a  daily  program.  We  don't 
think  how  difficult  this  might  be 
for  them,  especially  in  light  of 
their  other  roles. 

Both  of  these  individuals  became 
disinterested  in  '-.he  computer  and 
the  software  progirams.  On  the  other 
hand,  both  of  them  responded  well  to 
"social  closeness"  and  were 
interested  in  interacting  with 
people  and  doing  age  related 
activities . 

Each  ot  these  individuals  initially 
used  her  arm  to  activate  a  single 
switch  and  now  is  using  a  light  beam 
worn  on  her  head.  The  initial  use  of 
the  arm  may  have  helped  motor 
learning  overall  by  developing  a 
greater  sense  of  control  since 
neither  of  these  individuals 
displayed  adequate  head  control 
prior  to  the  use  of  switch-based 
motor  training.  In  fact  Marge's 
mother  initially  did  not  want  Marge 
to  use  her  head  for  control  since 
this  had  not  been  successful  in  the 
past.  Finally,  the  importance  of 
ongoing  evaluation  and  program 
planning  and  perseverance  in  working 
towards  long  term  goals  cannot  be 
over  emphasized.  Although  breaks  in 
the  training  occurred  naturally  as 
needed  by  the  client  and  team,  aftei 
each  break  everyone  was  once  again 
energized  to  work  toward  the  goals. 

Susan  M.  Hussey 
Assistive  Device  Center 
California  State  University 
6000  J  St. 

Sacramento,  CA  9C)819-6027 
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Meeting  Multiple  Functional  Needs  with  Separate  but  Equal  Interfaces 


Albert  M.  Cook  and  Susan  M.  Hussey 
Assistive  Device  Center 
California  state  University 
Sacramento,  CA  95819-6027 


Abstract 

This  paper  describes  several  cases 
in  which  integration  of  the 
functions  of  mobility, 
communication,  computer  access  and 
environmental  control  is  less 
desireable  than  the  use  of  discrete 
control  interfaces  and  assistive 
devices  for  each  function. 


Background 

A  current  trend  in  assistive 
technology  application  is  the 
integration  of  systems  for 
communication,  powered  mobility, 
environmental  control  and  computer 
access  (see  (1)  and  (2)  for 
example).  The  major  focus  of  this 
integration  is  the  use  of  the  same 
control  interface  for  several 
applications. 

While  we  acknowledge  the  value 
inherent  in  the  simplification  that 
can  result  from  this  type  of 
integration,  we  believe  there  are 
still  a  large  number  of  situations 
in  which  separate  but  equal  control 
interfaces  and  devices  for  each  of 
the  functions  are  not  only  warranted 
but  highly  desireable.  In  some 
cases,  partial  integration  (e.g.  of 
computer  access  and  augmentative 
communication)  is  useful,  even  if 
the  other  functions  are  separate.  We 
describe  several  cases  which 
illustrate  these  points. 

Statement  of  the  Problem 
When  an  individual  with  a  disability 
has  several  needs  (e.g.,  mobility, 
communication,  environmental 
control)  and  electronic  devices  are 
to  be  used  to  meet  these  needs ,  it 
is  tempting  to  integrate  all  of 
these  applications  into  one  system 
accessed  by  one  control  interface. 
This,  approach  is  not  always  the  most 
useful  or  effective.  There  is  still 
a  very  significant  role  to  be  played 
by  discrete  devices  and  control 
interfaces  assembled  for  specific 
applications . 

Examples  of  Discrete  Systems 
Case  One.  Paula  is  a  30  year  old 
woman  who  has  quadriplegic 


spasticity  secondary  to  meningitis 
at  age  10.  She  is  married  and  lives 
with  her  husband  and  young  daughter. 
Paula  was  referred  for  assessment  to 
determine  the  most  appropriate 
augmentative  communication  system 
for  her.  She  has  used  a  single 
switch  row/column  scanning 
communication  system.  Paula  has  also 
used  an  adapted  input  device  for 
single  switch  computer. 

Because  Paula  is  able  to  use  a 
joystick  with  her  left  hand  to 
control  her  powered  wheelchair,  this 
was  tried  in  a  directed  scanning 
mode  for  communication,  she  was  able 
to  use  this  approach,  but  it 
required  significant  effort,  and 
several  switches  were  also  evaluated 
for  communication.  A  dual  rocking 
lever  switch  was  used  with  her  right 
hand  to  evaluate  the  use  of  Morse 
code.  Paula  pressed  one  side  (dots) 
of  this  switch  with  her  index  finger 
and  one  side  with  her  middle  finger 
(dashes).  Morse  code  was  easier  for 
her  to  use  than  directed  scan  with 
the  joystick,  and  she  preferred  it 
for  communication.  Thus,  even  though 
Paula  was  very  accomplished  at 
controlling  her  wheelchair  using  the 
joystick,  this  control  interface  was 
not  the  one  of  choice  for 
communication . 

Case  Two.  Joyce  is  39.  She  has 
cerebral  palsy,  and  she  currently 
lives  with  her  parents.  She  is  non- 
verbal and  uses  a  communication 
device  synthesized  speech. 

Joyce's  goal  is  to  be  in  an 
independent  living  situation.  She 
was  referred  to  look  at  areas  in 
which  assistive  technologies  could 
assist  her:  communication,  powered 
mobility  and  environmental  control. 

Joyce  currently  uses  a  tread  switch 
mounted  near  her  knee  to  control  her 
scanning  communication  device.  She 
is  very  effective  with  this  switch, 
and  attempts  to  use  other  control 
sites  (e.g.,  head  pointing)  were 
less  successful.  The  switch  controls 
a  scanning  software  program  (Words+) 
running  on  a  laptop  computer. 
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The  communication  and  environmental 
control  aspects  of  Joyce's  system 
were  integrated  by  using  a  remote 
Interface  (Serial  Relax)  connected 
to  the  laptop  computer.  The  Relax  is 
activated  by  the  scanning 
communication  software  computer 
program,  and  it  controls  a  TV,  VCR, 
appliances  and  an  automatic 
telephone  dialer. 

For  powered  mobility,  Joyce  had  been 
using  a  set  of  four  tread  switches 
(one  for  each  direction)  mounted  on 
a  foot  plate.  This  was  difficult  for 
her,  and  as  an  alternative,  a  lever 
switch  was  placed  on  each  side  of 
her  head  for  steering,  with  the 
forward  and  reverse  switches  left  on 
her  loot  plate.  Joyce  was  able  to 
control  these  easily,  and  she 
preferred  them  to  the  foot  switches 
for  turning. 

Joyce  also  needed  to  activate  a  call 
system  for  emergency  help  over  the 
telephone.  This  was  addressed  by 
acquiring  an  alarm  system  which  is 
tied  into  a  24  hour  surveillance 
company.  This  system  required  a 
single  switch  for  activation.  She 
was  able  to  consistently  activate  a 
wobble  or  tread  switch  with  her  left 
arm,  and  it  was  decided  to  use  this 
site  for  the  emergency  call  system. 

This  provided  an  advantage  since  her 
control  over  her  arm  was  less 
limited  by  being  supine  in  beci  than 
was  her  control  of  her  knee.  Also, 
when  she  was  seated  in  her 
wheelchair,  arm  use  did  not 
interfere  with  either  her  powered 
mobility  or  her  communication  since 
they  used  other  control  sites.  Two 
tread  switches  were  mounted  near  the 
head  of  the  bed  to  be  used  by  Joyce 
to  access  the  emergency  call  system 
while  in  bed.  A  wobble  switch  with  a 
quick  release  mounting  on  both  her 
powered  and  manual  wheelchairs  was 
also  installed  for  emergency  calling 
while  she  was  in  either  whee] chair. 

Case  Three. Eileen  is  a  62  year  old 
woman  who  suffered  a  brainstem 
stroke.  She  now  requires  maximum 
assistance  for  daily  living.  Her 
major  form  of  mobility  is  a  manual 
wheelchair  which  she  is  can  tolerate 
for  approximately  four  hours  at  a 
time,  and  she  remains  in  a  reclining 
type  chair  at  home  while  watching 
television.  At  the  time  of  referral, 
Eileen's  communication  consisted  of 


words,   facial  expressions,  yes/no 
responses,  and  inflectional 
vocalizations.  She  indicated  her 
needs  and  choices  by  using  an 
eyeqaze  letter  board. 

Eileen  is  able  to  use  head  movement 
to  make  selections  using  a  light 
pointer  (Adaptive  Communication 
Systems)  mounted  on  a  headband  on 
the  left  side  of  her  head.  Using  the 
light  pointer  with  the  Real  Voice 
(ACS),  she  is  able  to  quickly  make 
selections  and  control  the  device. 

Eileen  also  expressed  a  desire  for  a 
simple  environmental  control  unit 
(ECU)  which  will  control  the  TV. 
Eileen  enjoys  watching  tv  and  she 
wishes  to  be  able  to  turn  it  on, 
select  channels,  and  control  volume 
her  self.  With  a  single  switch 
mounted  near  her  head,  she  can  use 
an  ECU.  We  initially  decided  to  use 
an  optical  switch  which  she  could 
activate  using  the  communication 
system  light  beam.  However,  the 
optical  switch  had  several 
limitations.  First,  it  was  an  active 
switch,  and  this  required  that 
batteries  be  replaced  relatively 
frequently  since  the  switch  needed 
to  be  turned  on  at  all  times  for 
Eileen's  call  alarm.   It  was  also 
difficult  to  place  the  optical 
switch  in  a  location  which  prevented 
accidental  activation  by  ambient 
room  light.   For  these,  and  other 
reasons,  we  decided  to  use  a  wobble 
switch  mounted  to  the  back  of  her 
reclining  chair  for  environmental 
control  (including  the  call 
function).  Since  she  spends  the 
majority  of  her  time  in  this  chair, 
she  has  access  to  the  call  system 
all  the  time.  Also,  she  can  access 
the  switch  with  her  head  while  the 
light  pointer  is  on  her  head. 

Case  Four.  Dorothy  is  a  45  year  old 
woman  with  amyotrophic  lateral 
sclerosis.  She  lives  with  her  son, 
daughter,  and  husband  and  receives 
atcendant  care  daily.  She  uses  a 
powered  wheelchair,  with  a  joystick 
control . 

Dorothy  was  referred  for  computer 
access  for  written  communication, 
and  ECU.  She  would  like  to  be  able 
to  write  personal  correspondence  and 
do  bookkeeping  for  the  family 
business.  The  Zygo  touch  switch  was 
the  easiest  to  activate  of  several 
interfaces  tried.  A  trackball  was 
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used  with  the  Freewheel  virtual 
keyboard  software  for  text  entry, 
and  she  was  able  to  move  the  cursor 
using  the  trackball.  A  Tash  mini 
joystick,  was  also  tried,  but  she 
preferred  the  trackball  for  text 
entry.  Since  Dorothy  cannot  press 
the  buttons  on  the  trackball,  a 
modification  was  made  to  allow  the 
touch  switch  to  be  substituted  for 
the  standard  button. 

Television  and  appliance  control 
were  implemented  using  a  stand  alone 
ECU  (The  Relax  controller)  accessed 
using  a  single  touch  switch.  This 
approach  was  taken,  rather  than 
integrating  the  communication  and 
environmental  control  functions 
because  Dorothy  will  generally  not 
need  access  to  the  television  or 
appliances  while  she  is  writing. This 
unit  has  a  touch  L.witch  permanently 
attached  so  it  is  ready  whenever 
Dorothy  requires-  it,  and  it  differs 
from  Joyce's  case  mainly  because 
Joyce  also  uses  her  communication 
system  for  augmentation  of  her 
speech,  and  she  needs  to  have  access 
to  it  at  all  times. 

Automatic  telephone  dialing  was 
accomplished  by  a  device  which  uses 
a  separate  single  switch  input, 
rather  than  integrating  it  with  the 
other  ECU  functions.  This  is 
primarily  because  the  touch  switch 
can  be  held  by  Dorothy,  and  the 
telephone  is  not  in  the  same 
physical  location  as  the  television. 
Since  Dorothy's  current  needs  ror 
controlling  lights  is  restricted  to 
four  or  fewer,  a  simple  combined 
unit  which  dials  the  telephone  and 
controls  four  appliances  (Tash 
Unidialer)  was  recommended.  A 
separate  switch  was  obtained  to  be 
connected  to  this  unit  at  all  times. 

Control  of  an  electric  bed  is 
possible  with  a  modified  unit  which 
also  requires  single  switch  input 
and  uses  scanning  like  the  Relax  and 
dialer  do.  Since  Dorothy  will  be 
using  this  unit  only  in  bed,  a 
dedicated  unit  with  its  own  sinr;le 
was  acquired. 

Discussion 

These  cases  illustrate  several 
general  points.  First,  it  is  not 
wise  to  assume  that  integration  ot 
controls  and/or  functions  is  always 
desireable.  There  are  many  cases  in 
which  separate  controls  and/or 


devices  actually  provide  greater 
flexibility  and  utility  than  an 
integrated  system.  Second, 
integration  of  functions  or  controls 
need  not  be  "all  or  none",  in  some 
cases  (such  as  case  2)  some  subset 
of  functions  are  most  appropriately 
integrated  ( in  this  case 
communication  and  ECU)  while  others 
(mobility  and  emergency  call)  remain 
separate.  Third,  the  client's 
preference  also  needs  to  be 
considered.  A  preference  for 
separate  interfaces  may  make  it 
easier  for  the  client  to  switch 
between  activities. 

As  illustrated  by  cases  one  and 
four,  the  effective  use  of  a 
particular  control  interface  for  one 
function  (a  joystick  for  mobility) 
■is  not  necessarily  an  indicator  that 
this  same  interface  should  be  used 
for  a  different  function 
(communication).  Often  the 
separation  of  functions  and  control 
also  makes  use  of  different  anatomic 
sites  (e.g.,  cases  1  and  2). 
Alternatively,  the  same  anatomic 
site  (head-case  3,  hand-case  4)  may 
be  used,  but  with  different  control 
interfaces  (case  3)  or  functions 
( case  3  and  4 ) . 

In  summary,  the  most  important 
consideration  is  that  integration  of 
functions,  control  interfaces  and 
anatomic  control  sites  must  be 
carefully  considered  in  each 
specific  case,  with  the  major 
emphasis  placed  on  the  functional 
outcome  for  the  client  in  each  of 
the  performance  areas  to  be 
assisted . 
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Abstract 

Practical  considerations  limit  the  amount  of 
information  that  is  feasible  to  gather  when  assessing  a 
client's  skill  with  an  AAC  device.  This  article  suggests  a 
framework  for  collecting  the  kinds  of  performance  data 
which  reflect  crucial  learning  skills  for  persons  with 
mental  retardation.  Learnability  of  a  given  device  for 
an  individual  is  best  expressed  as  a  function  of 
procedural  knowledge/ability,  learning,  maintenance, 
and  generalization.  Several  examples  of  such  device 
performance  profiles  for  children  with  mental 
retardation  are  included  to  demonstrate  the  different 
skill  estimates  gathered  from  each  source  of 
information. 

Background 

The  measurement  of  learning  in  persons  with  mental 
retardation  depends  on  theories  of  what  constitutes 
learning  and  how  underlying  skills  may  differ  with 
cognitive  disabilities.  While  the  acquisition  of 
knowledge  is  an  important  component  of  learning, 
current  theories  dispute  that  learning  can  be  accurately 
measured  by  a  unitary  estimate  such  as  the  static 
problem-solving  skills  measured  by  Spearman  ( 1927). 
indeed,  responsiveness  to  training  is  considered  a 
primary  component  of  intelligence,  since  it  measures 
not  only  what  a  student  has  learned  within  a  particular 
domain  and  situation,  but  what  he/she  is  capable  of 
learning  across  task  domains  (Budoff,  1974;  Vygol.sky, 
1978). 

For  persons  with  mental  retardation,  the.se  skills  in 
active  problem  solving  are  proposed  to  be  the  primary 
source  of  learning  difficulties,  resulting  from  a  general 
slowness  or  incoordination  of  executive  control 
functions  which  dictate  the  selection,  maintenance,  and 
use  of  other  cognitive  skills  (Campione,  Brown,  & 
Ferrara,  1983).  Specific  learning  diflicullics  in  mental 
retardation  that  are  related  to  these  problems  in 
managing  cognitive  skills  include  the  maintenance  and 
transfer  of  learning.  Campione  &  Brown  (1978) 
demonstrated  that  children  with  mental  retardation 
were  less  likely  than  cognitive-age-matched  peers  to 
spontaneoiLsly  employ  strategics,  even  when  they  were 
taught  and  demonstrated  the  ability  to  do  so.  These 
authors  claim  that  spontaneous  transfer  of  information 
rarely  happens  in  persons  with  mental  retardation,  and 
that  failure  to  generalize  information  is  part  of  the 
definition  of  mental  retardation. 

With  nondisabled  populations,  learning  is  typically 
characterized  by  a  criterion-related  meiisure.  1-or 
instance,  in  the  measurement  of  computer  learning, 
research  studies  report  criteria  of  speed  and  accuracy  to 
demonstrate  satisfactory  learning  of  given  computer 
tasks  (e.g.,  Haller,  Mutschler,  &  Vo.ss,  1985). 
Maintenance  and  generalization  of  skills  are  often 
presumed  to  follow  directly  from  succe.sslul  learning, 
and  individual  variation  in  skills  are  typically  attributed 


to  differences  in  factors  such  as  computer  experience 
(English,  Engelbart  &  Berman,  1967)  or  response  to 
task-related  cognitive  loads  (Karat,  McDonald,  & 
Anderson,  1985). 

Statement  of  the  Problem 

When  evaluating  AAC  device  performance,  for  either 
researc,  or  clinical  purposes,  information  gathered  is 
often  limited  to  a  person's  existing  skills  with  a  given 
device.  For  instance,  speed,  accuracy,  and  overall 
success  may  be  sampled  and  compared  across  tasks  and 
devices.  Since  data  collection  time  is  limited  in  an 
evaluation  setting,  it  is  necessary  to  extrapolate  from 
these  short-term  estimates  to  predictions  of  long-term 
success  with  a  device. 

Information  about  static  skills  (current  knowledge  and 
abilities),  however,  is  a  poor  predictor  of  the  ability  to 
learn  a  new  skill  (Budoff,  1974;  Vygotsky,  1978).  In 
studies  of  computer  learning,  static  measures  such  as 
speed  and  accuracy  were  poor  predictors  of 
performance  in  young  children  acquiring  necessary 
device  control  skills  (Cress,  French,  &  Tew,  1991).  For 
children  with  mental  retardation,  who  are  more  liable 
to  have  increased  difficulty  in  maintaining  and  applying 
new  control  skills,  it  is  increasingly  important  to  sample 
dynamic  as  well  as  static  performance  .skills.  By 
sampling  only  static  skills,  we  know  only  what  a  person 
already  knows,  rather  than  what  they  may  be  able  to 
learn  over  time.  A  more  complex  assessment 
framework  is  needed  which  includes  estimates  of 
learnability  as  well  as  range  of  performance  with 
communication  or  computer  devices. 

Approach 

The  following  is  a  proposed  framework  for  sampling 
relevant  components  of  learning  behavior  for  persons 
with  mental  retardation  within  an  AAC  device 
evaluation.  While  complete  assessment  of  any  of  these 
factors  is  impractical  for  most  clinical  settings.  Table  1 
indicates  the  kinds  of  data  that  are  possible  to  gather 
during  a  single  30  minute  session  with  unfamiliar 
devices,  in  the  following  categories: 

1 .  Knowledge/Abilities:  These  are  static  samples  of 
behavior  with  little  or  no  intervention  from  the 
assessor,  indicating  the  impact  of  a  client's 
current  proccdur:M  and  cognitive  skills,  as  well 
as  past  experience,  on  device  use.  Since  the 
goal  of  most  evaluation  sessions  is  to  predict 
future  learning,  it  is  necessary  to  sample 
learning  potential  as  v/ell  as  current  skill  levels. 

2.  Learning:  This  step  involves  providing 
unfamiliar  or  incompletely  learned  tasks  and 
comparing  the  amount  and  levels  of  training 
necessary  with  the  skill  level  achievable  by  the 
client.  The  amount  of  facilitation  necessary  to 
demonstrate  improvement  with  a  device  is  a 
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viable  measure  of  the  Icarnability  of  that  device 
(Vygotsky,  1978),  even  if  the  client  is  unable  to 
achieve  independent  competence  with  the 
device  during  the  svaluation  setting. 

3.  Maintenanct:  In  addition  to  potential  for 
learning  a  new  skill,  it  is  particularly  important 
to  estimate  how  well  a  child  with  mental 
retardation  can  maintain  new  skills  once 
learned.  Children  with  mental  retardation  do 
not  necessarily  continue  to  apply  the  skills  that 
they  have  learned  even  within  the  same  task 
and  context  (Campione  &  Brown,  1978). 
Maintenance  estimates  can  be  obtained  by 
repeating  standard  ability  assessments  without 
intervention  to  test  consistency  of  learning,  or 
by  sampling  performance  periodically  during 
other  unrelated  tasks. 

4.  Generaiization:  Since  device  learning  must 
eventually  be  applied  to  different  tasks  and 
settings  than  those  used  in  an  evaluation 
session,  it  is  necessary  to  gather  information 
that  predicts  generalization  of  skills.  In  a 
limited  timeframe,  it  is  possible  to  sample  this 
by  testing  performance  across  tasks  and 
settings.  In  addition,  predictions  of 
gencralizability  of  device  skills  may  be 
supplemented  by  information  on  more  general 
cognitive  skills  of  the  user  and  requirements  of 
different  devices.  Some  evidence  suggests  that 
successful  maintenance  and  generalization  of 
computer  interface  learning  depends  in  part  on 
the  degree  of  discrepancy  between  a  client's 
current  cognitive  and  procedural  skills  and 
requirementsof  the  task  or  device.  For 
instance,  some  theories  propose  that  all 
children  with  mental  retardation  require 
specific  training  cues  directed  at  generalization 
(self-directed  training)  in  order  to  learn  any 


new  task,  regardless  of  difficulty  (Campione, 
Brown,  &  Ferrara,  1983).  However,  in  the 
current  study,  children  who  were  close  to  the 
threshold  of  competence  necessary  to 
successfully  and  independently  operate  a  given 
device  required  little  or  none  of  these  self- 
directed  cues,  while  children  further  from  this 
threshold  were  more  likely  to  require  this  type 
of  training.  Thus,  based  on  estimates  of 
cognitive  and  procedural  skill  requirements  of 
various  AAC  devices,  it  would  be  possible  to 
compare  the  learnability  of  one  device  used  in 
an  evaluation  to  several  other  devices  without 
extensive  testing. 

Table  1  provides  four  examples  of  the  performance 
profiles  that  can  result  from  this  kind  of  analysis. 
Subjects  were  children  with  mental  retardation  (M.A. 
2.7  -  4.2)  who  were  learning  the  operation  of  standard 
computer  interfaces  in  moving  objects  on  a  computer 
screen.  Graphs  A-D  are  profiles  for  four  different 
children  of  knowledge/ability,  learning,  maintenance, 
and  generalization  of  skills  with  a  single  interface 
(mouse,  trackball,  touchscreen,  or  keyboard).  Since 
decisions  to  continue  with  a  particular  activity  were 
based  on  a  minimum  standard  of  success  (quality  scores 
at  or  above  7  for  7/10  assessment  or  3/10  training  trials), 
not  all  sampling  sessions  are  the  same  length.  The 
graphs  for  training  cues  represent  order  rather  than 
absolute  level  of  training  cues  provided;  each  level  of 
training  A  through  D  provides  successively  more 
support  to  the  learner  and  is  further  from  independent 
use  of  the  device  (indicated  by  a  score  of  7  or  8).  Only 
clients  who  passed  earlier  levels  were  tested  for  further 
tasks  (e.g.,  clients  who  did  not  maintain  skills  were  not 
expected  to  generalize  these  skills  to  more  cognitively 
challenging  tasks). 

For  all  of  these  clients,  initial  testing  of  abilities  was  a 
poor  indicator  of  eventual  success  in  learning  these 
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controls.  All  of  these  profiles  show  that  the  clients 
could  not  use  the  test  devices  at  the  beginning  of  the 
session,  even  though  they  wert  g'-'en  the  kind  of 
demoa'!tration  and  practice  op'/ortunity  that  are 
sufficient  for  adult-like  leam'<ig  of  these  controls.  Also, 
all  of  the  clients  passed  min'mum  learning  requirements 
for  demonstrating  educabili  y  for  independent  use  of 
these  devices  (reaching  the  hreshold  of  competence). 
However,  performance  In  ir.  aintenance  and 
generalization  tasks  varied  £  :ross  subjects  in  ways  not 
predicted  by  entry  or  post-tr  lining  levels  of 
performance.  Client  A  did  n  ■>{  continue  to  apply  the 
successful  techniques  demon  trated  in  training,  and 
quickly  lost  the  necessary  tasl  behaviors.  Client  B  had 
limited  success  in  ability  sampling  on  which  to  base 
further  training,  but  showed  ir,  sufficient  maintenance  to 
test  generalization  at  his  curret.<  levels  of  skill.  While 
Clients  C  and  D  demonstrated  siri:<lar  maintenance  and 
generalization  of  skills.  Client  D  shuwcd  slightly  greater 
educability  because  fewer  and  less  specific  training  cues 
were  required  to  achieve  independent  success.  The 
extent  to  which  this  relatively  small  difference  in  skill 
predicts  long-term  changes  in  generalizability  is  not 
evident  from  these  samples. 

Implications  and  Discussion 
Thus,  none  of  these  types  of  information  arc  an 
adequate  picture  of  performance  potential  in  isolation, 
but  together  they  provide  the  potential  for  estimating 
device  learning  within  a  limited  session.  In  many 
clinical  assessment  or  therapeutic  setting."^,  there  would 
be  chances  for  a  more  thorough  and  representative 
sampling  of  each  type  of  information  than  was  available 
within  this  research  study.  However,  even  these  brief 
samples  are  more  accurate  predictors  of  device  learning 
than  speed/accuracy  samples  or  cognitive  age  estimates 
alone  (Cress,  French,  &  Tew,  1991). 

The  components  of  this  assessment  framework  arc 
derived  fron  both  theory  and  practical  experience. 
Researchers  and  clinicians  will  already  include  se\'cral 
elements  of  these  performance  factors  in  evaluation 
settings,  either  formally  or  informally.  This  article 
provides  a  mechanism  for  systematically  planning  and 
assessing  types  of  information  most  informative  about 
device  performance. 
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ABSTRACT 

Reduced  keyboard  and  automatic  character 
disasbiguation  techniques  have  been  used 
with  four  cerebral  palsied  typists.  The 
perforntince  of  the  typists  was  nonitored 
over  a  period  of  use  of  the  reduced  key- 
board, on  which  each  key  represented  nore 
than  one  alphabetic  character.  The  typing 
■ethod  was  found  to  be  easy  to  use  tind  it 
reduced  keying  errors  B£ide  by  the  typists. 

EACKGBOUND  ON  REDUCED  TYPING  KEYBOARDS 

Reduced  Typing  Keyboards 
Reduced  typing  keyboards  are  intended  for 
use  by  physically  disabled  persons  who  need 
special  switch  or  keyboard  systens  with  a 
liaited  nuaber  of  keys  or  switches.  They 
therefore  contain  fewer  than  26  keys  for 
alphabetic  characters,  with  several  charac- 
ters allocated  to  each  key.  An  automatic 
disaabiguation  process  can  be  used  to  iden- 
tity the  character  laplied  by  any  key  press 
(1,2,3,5,6,7,9,10).  This  process  reduces 
the  number  of  switch  activations  required 
to  select  any  alphabetic  character,  in 
order  to  reduce  the  physical  effort  needed 
for  typing  text  on  the  reduced  keyboard. 

Character  Disaabiguation 

A  typical  reduced  keyboard  and  dlsaabigua- 
tion  systea  operates  as  follows.  The  user 
of  the  reduced  keyboard  presses  the  approp- 
riate key  for  a  desired  character,  and  the 
autoaatic  disaabiguation  process  uses  known 
statistics  of  character  sequences  in  the 
relevant  language  to  predict  which  charac- 
ter is  intended.  The  user  can  accept  this 
predicted  character  (by  pressing  the  key 
for  the  next  desired  character)  or  reject 
it  by  pressing  an  "Error"  key,  which  aakes 
the  disaabiguation  systea  predict  the  next 
aost  probable  alternative  character  for  the 
pressed  key.  The  user  presses  "Error"  until 
the  systea  predicts  the  correct  character. 
No  Bore  than  two  presses  of  the  "Error"  key 
will  be  needed  to  select  any  character  if 
there  are  three  alphabetic  characters  on 
each  key.  The  ideal  keying  efficiency  which 
this  type  o?  systea  can  achieve  is  1,  i.e. 
1  character  selected  for  every  key  pressed, 
but  this  is  not  likely  to  be  achieved  in 
practice  because  of  iaperfect  disaabigua- 
tion. Keying  efficiencies  of  up  to  1.025 
keys  per  character  (97.52X)  have  previously 
beon  achieved  (4)  in  siaulation  experiaents 
with  an  adaptive  disaabiguation  systea. 


N-gram  Based  Disambiguation  Models 
The  principal  oethod  of  character  disaa- 
biguation for  a  reduced  keyboard  relies  on 
a  prediction  aodel  built  froa  n-graas 
(strings  of  characters  froa  conventional 
text)  to  estimate,  on  the  basis  of  the 
innediately  preceding  typed  characters, 
which  one  of  the  characters  on  a  pressed 
key  is  the  aost  probable  in  the  prevailing 
context.  The  disambiguation  systea  offers 
that  character  to  the  user,  who  either 
accepts  it,  or  rejects  it  using  the  "Error" 
key.  N-gra«s  can  be  of  tiny  length  n;  aono- 
graas  (n=l)  consist  of  single  characters, 
bi-grams  (n=2)  consist  of  twj  (e.g.  "tr", 
"oo")  and  tri-gra»s  (n=3)  consist  of  three 
(e.g.  "tre",  "ook").  N-gra«  aodels  can  be 
constructed  froa  setaples  of  existing  text, 
or,  in  an  adaptive  systea,  froa  the  typed 
text  of  the  user  of  the  reduced  keyboard. 

RESEARCH:  DISAMBIGUATION  FOB  DISABLED  USERS 

The  purpose  of  the  work  reported  here  was 
to  investigate  whether  aeabers  of  a  target 
client  group  could  use  such  a  disaabigua- 
tion system  in  a  typing  task.  Some  features 
of  the  '.echnique  were  unconventional,  such 
as  the  multi-character  keys  and  the  use  of 
the  "Error"  key  to  elicit  alternative  pre- 
dictions from  the  system.  Other  research 
had  shown  that  able-bodied  users  could  use 
a  reduced  keyboard  (6,8);  it  was  therefore 
important  to  investigate  whether  potential 
disabled  users  could  assimilate  the  typing 
technique  and  use  it  effectively.  The  users 
in  this  case  were  a  group  of  cerebral  pal- 
sied adults  (three  male  (DB,  EM  i  IH)  and 
one  female  (MM))  who  all  had  experience  of 
using  the  conventional  QWERTY  typing  key- 
board as  their  principal  writing  tool,  but 
who  suffered  low  typing  speeds  and  high 
error  rates  as  a  result  of  their  physical 
disabilities.  Reducing  the  nuaber  of  keys 
(or  switches)  and  increasing  the  spacing 
between  the  keys  was  seen  as  a  possible  way 
of  making  typing  easier  and  reducing  error 
rates  for  these  users. 

METHOD 

Input  Device 

The  most  appropriate  input  device  for  all 
of  the  four  users  was  found  to  be  the  nor- 
mal computer  keyboard,  because  they  were 
used  to  operating  it  (although  slowly  and 
with  frequent  errors)  and  because  other 
methods  (e.g.  neubrane  keyboards)  did  not 
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have  the  correct  tactile  or  aotion  charac- 
teristics to  Batch  their  abilities.  (One 
user  could  nut  exert  sufficient  downward 
pressure  on  the  Beabrane  switch  surface  to 
ensure  switch  activation,  for  exaaple, 
whereas  another  could  not  target  switch 
areas  Accurately  on  the  saooth  surface. ) 
All  of  the  users  preferred  to  use  the  con- 
ventional conputer  keyboard  (witli  which 
they  were  faailiar)  as  their  input  device. 

Reduced  Keyboard  Layout 
The  computer  keyboard  was  therefore  pro- 
graaaed  as  a  reduced  keyboard,  with  twelve 
of  the  keys  allocated  as  active  typing 
keys,  and  the  other  keys  disabled  so  that 
there  was  a  "dead  zone"  around  each  active 
key.  This  "dead  zone"  assisted  in  reducing 
the  mis-keying  errors  caused  by  the  user 
striking  keys  neighbouring  the  real  target 
key.  A  key-allocation  program  was  developed 
to  assist  in  the  definition  of  the  layout 
of  active  keys  and  the  characters  they 
represented.  Layouts  could  be  tailored  to 
suit  individual  users.  The  character  group- 
ings were  based  on  a  nodifled  version  of 
the  "TOC"  keyboard  (2)  because  this  key- 
board had  previously  been  found  to  give 
good  keying  efficiency  (1).  No  aore  than 
three  characters  were  allocated  to  each  key 
in  this  layout,  in  the  following  groups: 
(ABX);  (DEF);  (GHI);  (OKL);  (MNJ);  (PQR); 
(SU  Period);  (VWC);  (YZT);  (Space  Conan). 
The  key  allocation  program  enabled  these 
groups  to  be  assigned  to  particular  keys  on 
the  computer  keyboard,  so  that  a  12-key 
layout  could  be  aapped  easily  onto  the 
existing  keyboard. 

Word  Processor  for  Reduced  Keyboard 
A  siaple  coaputer-baaed  word-processor  was 
created  for  use  with  the  reduced  keyboard. 
A  window  for  the  predicted  character  was 
positioned  in  the  bottom  right-hand  corner 
of  the  coaputer  display,  where  it  could  be 
easily  located  and  viewed  by  the  user.  The 
predicted  character  was  displayed  in  this 
window  in  auch  enlarged  fora  in  order  to 
assist  recognition  by  the  user,  and  it 
could  also  be  output  in  synthetic  speech  to 
further  assist  recognition.  The  user  could 
therefore  easily  aonitor  the  output  of  the 
disaabiguatlon  systea  and  decide  whether  to 
accept  or  reject  the  character.  A  second 
window  contained  a  diagram  of  key  groupings 
on  the  reduced  keyboard  for  user  reference. 
All  text  typed  by  the  uner  appeared  in  a 
text  window  at  the  top  of  the  display. 

Text  Saaules  for  Typing  Evaluat ion 
Text  saaples  were  selected  from  a  text  cor- 
pus such  that  all  saaples  had  very  siailar 
characteristics,  nuch  as  overall  length 
(167-169  characters),  mean  word  length 
(6.46-6.76  characters)  and  type/token  ratio 


(0.84-0.96).  An  adaptive  disambiguation 
model  was  built  from  the  corpus  to  give 
representative  performance  throughout  the 
evaluation.  The  subjects  typed  the  text 
saaples  in  evaluation  sessions  spanning  a 
period  of  five  weeks. 

RESULTS:  TYPING  RATES  AND  KEYING  EFFICIENCY 
Typing  Rates 

Table  1  shows  the  text  entry  rates  achieved 
by  the  subjects  in  producing  error-free 
text  on  the  reduced  layout  over  the  five- 
week  evaluation  period  (cols.  1-5  )>  and  on 
the  conventional  QWERTY  layout  (col.  Q). 
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8.11 
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15.34 
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71 

8.94 

13.21 

15.62 

16.66 

34.68 

MM 

7. 

24 

8.46 

11.18 

12.98 

14.34 

14.89 

Table  1.  Text  Entry  Bate  (Character/Minute) 
for  4  Subjects  using  Reduced  Layout  over  a 
5  Week  Period  (1-5),  and  QWERTY  Layout  (Q). 

At  the  end  of  the  evaluation  period,  three 
of  the  users  were  able  to  produce  correct 
text  on  the  reduced  layout  aa  quickly  as 
they  could  on  the  conventional  QWERTY  lay- 
out (with  which  they  were  very  familiar) 
indicating  that  the  reduced  layout  with 
disanbiguation  was  a  viable  alternative 
input  method  for  thea.  One  of  the  users  was 
relatively  good  as  a  QWERTY  typist,  how- 
ever, being  approximately  twice  as  fast  as 
the  other  three,  but  attained  rates  on  the 
reduced  layout  siailar  to  those  of  the 
other  three.  The  users  approximately  doub- 
led their  output  rates  on  the  reduced  lay- 
out over  the  evaluation  period,  and  as  rate 
was  still  increaising  at  the  end  of  this 
period,  further  improvement  may  well  have 
been  possible. 

Keying  Efficiency 


Keying 
Effic. 


Best 
Mean 
Worst 


DB 


Subject 
EM  IW 


MM 


1.048 
1.079 
1.108 


1.048 
1.076 
1.118 


1.054 
1.081 
1.120 


1.054 
1.074 
1.125 


Table  2.  Keying  Efficiency  (Reys/Character) 
achieved  by  Subjects  over  five-week  period. 

Table  2  shows  the  mean  and  rang3  of  keying 
efficiency  achieved  by  each  subject.  Keying 
efficiency  is  defined  as  the  number  of  key- 
pushes  required  to  type  a  text  divided  by 
the  number  of  characters  in  that  ttxt. 
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Previous  siaulations  (4)  using  a  siailar 
disambiguation  systen  have  shown  that  key- 
ing efficiencies  in  the  region  of  1.025  to 
1.074  keys/character  can  be  achieved  depen- 
ding on  the  text  saaple  used.  The  keying 
efficiencies  achieved  here  are  comparable 
with  these  figures,  and  denonstrate  that 
the  reduced  keyboard  technique  can  be  used 
efficiently  by  cerebral  palsied  users. 

Typing  Errors 

The  users  generally  atide  more  keying  errors 
when  using  the  conventional  QWERTY  layout 
(coBputer  keyboard)  than  they  did  on  the 
reduced  layout,  because  key(s)  neighbouring 
the  target  key  were  struck  in  error.  One 
user  (KM)  pre3s<=d  the  "backspace"  key  59 
tiaes  when  typit.;?  a  168-character  text 
sample  on  the  c  ■■nventio;;al  QWERTY  layout, 
but  used  the  "E.ror"  key  only  24  times  when 
typing  the  same  text  on  the  reduced  12-key 
layout.  The  "decid-zones"  around  each  target 
key  on  the  12-key  layout  were  therefore 
very  effective  in  reducing  the  amount  of 
error  correction  required  of  the  users. 

Questionnaire 

The  users  responded  positively  in  a  ques- 
tionnaire about  the  reduced  keyboard  tech- 
nique, indicating  that  it  was  relatively 
easy  to  use  and  that  it  improved  their 
typing  compared  to  the  QWERTY  layout. 

CONCLUSIONS 

The  four  cerebral  palsied  users  found  the 
reduced  keyboard  technique  to  be  an  effec- 
tive and  efficient  way  of  typing  text.  They 
made  fewer  keying  errors,  and  three  of  the 
four  users  could  type  text  as  rapidly  using 
the  reduced  keyboard  as  they  could  with  the 
conventional  QWERTY  keyboard.  The  technique 
made  the  conventional  conputer  keyboard 
Bore  accessible  and  usable  for  the  four 
users  without  the  addition  of  any  physical 
or  mechanical  accessories  or  aids.  It  can 
be  concluded  that  the  reduced  keyboard 
technique  is  an  effective  method  by  which 
physically  disabled  persons  can  type  text, 
and  that  it  can  enhance  writing  and  com- 
puter access  for  such  users. 

ACKNOWLEDGEMENTS 

This  research  was  supported  by  the  Govern- 
ment of  Pakistan  Ministry  of  Science  and 
Technology  under  StT  Scholarship  No.  HRD- 
87/C(4)0130-ASA(TRG). 


REFERENCES 

1.  Arnott,  J.L.  &  Javed,  M.Y.,  Small  Text 
Corpora  in  Character  Disambiguation  for 
Reduced  Typing  Keyboards,  Proc.  13th. 
RESNA,  Washington,  D.C. ,  USA,  June  1990, 
pp. 181-182. 

2.  Foulds,  R.,  Soede,  M.  &  van  Balkom,  H. , 
Statistical  Disambiguation  of  Multi- 
Character  Keys  Applied  to  Reduce  flotor 
Requirements  for  A.A.C.,  Aug.  k  Alt. 
Cobb.  (AAC),  Vol.3,  No. 4,  pp. 192-195. 

3.  Foulds,  R.,  Soede,  M. ,  van  BalkoB,  H.  i. 
Boves,  L.,  Lexical  Prediction  Techniques 
Applied  to  Reduce  Motor  Requirements  for 
Augmentative  Communication,  Proc.  10th 
RESNA,  San  Jose,  CA. ,  USA,  June  1987, 
pp. 115-117. 

4.  Javed,  M.Y.  h  Arnott,  J.L.,  Adaptive 
Modelling  in  Character  Disambiguation 
for  Reduced  Keyboards,  Proc.  1st.  ECART, 
Maastricht,  Netherlands,  NoveBber  1990, 
pp. 14. 3. 1-14. 3. 2. 

5.  Kamphuis,  H.A.  k  Soede,  M.  ,  KATDAS;  A 
Small  Number  of  Keys  Direct  Access  Sys- 
tem, Proc.  12th.  RESNA,  New  Orleans, 
USA,  June  1989,  pp. 278-279. 

6.  Kamphuis,  H.A.,  van  BalkoB,  L.,  Deroost, 
G.,  van  Knippenberg,  A.,  and  Soede,  M., 
KATDAS:  Efficient  Input  with  a  Small 
Number  of  Keys  Direct  Access  System, 
Journal  of  Rehabilitation  Sciences, 
Vol.3,  No. 2,  June  1990,  pp. 43-48. 

7.  Kondraske,  G.V.  &  Shennib,  A.,  Character 
Pattern  Recognition  for  a  Telecommunica- 
tion Aid  for  the  Deaf,  IEEE  Transactions 
on  Biomedical  Engineering,  Vol.BME-33, 
No. 3,  March  1986,  pp. 366-370, 

8.  Kreifeldt,  J,,  Levine,  S.  k  Iyengar,  C. , 
Reduced  Keyboard  Designs  Using  Disam- 
biguation, Proc.  Huaan  Factors  Society 
33rd.  Annual  Meeting,  Denver,  CO.,  USA, 
16th-18th  Oct.  1989,  Vol.1,  pp. 441-444. 

9.  Levine,  S.H.,  Goodenough-Trepagnier,  C, 
Getschow,  CO.,  Minneean,  S.L.,  Multi- 
Character  Key  Text  Entry  Using  Computer 
Disambiguation,  Proc.  10th  RESNA,  San 
Jose,  CA.,  USA,  June  1987,  pp. 177-179. 

10.  Levine,  S.  4  Goodenough-Trepagnier,  C. , 
Customised  Text  Entry  Devices  for  Motor- 
Impaired  Users,  Applied  Ergonoaics, 
Vol.21,  No.l,  March  1990,  pp. 55-62. 


Dept.  of  Mathematics  t  Coaputer  Science, 
The  University  of  Dundee,  Dundee  DDI  4HN, 
TaysicJe,  Scotland,  United  Kingdoa. 


298  RESNA  International '92  •  June  ft- 11,  1992 


313 


16.6 


Learning  and  Performance  in  Scanning  Systems  with  and  without  Word  Prediction  -  report  on  a  pilot  shiily 


Heidi  M.  Horstmann,  M.S.  and  Simon  P.  Levine,  Ph.D. 

Rehabilitation  Engineering  Program 
Department  of  Physical  Medicine  and  Rehabilitation 
University  of  Michigan 


Abstract 

A  pilot  study  has  been  performed  to  begin  to  examine 
how  the  cognitive  and  perceptual  loads  introduced  by  a 
word  prediction  feature  impact  learning  and 
performance.  Two  pairs  of  able-bodied  subjects 
transcribed  text  using  two  row<olumn  scanning  systems 
for  ten  consecutive  sessions  each.  The  two  systems 
differed  only  in  that  one  system  had  a  word  prediction 
feature,  and  subject  pairs  differed  in  their  order  of  system 
use.  The  results,  while  limited  in  their  statistical  power, 
suggest  that  the  training  and  prior  experience  provided  to 
a  user  may  be  a  factor  in  determining  when  word 
prediction  helps  and  when  it  hinders. 

Background 

Designing  an  assistive  technology  system  to  improve 
physical  efficiency  may  also  place  increased  cognitive 
and  perceptual  requirements  on  the  user,  leading  to 
unknown  effects  on  the  user's  ability  to  learn  and  use  the 
system.  This  dilemma  has  been  discussed  most 
frequently  in  connection  with  augmentative 
communication  (AAC)  systems,  especially  those  that 
employ  a  word  prediction  feature  (1,6).  Word  prediction 
systems  are  successful  in  reducing  the  motor 
requirements  for  text  entry;  however,  comparisons  of  text 
entry  speeds  with  and  without  word  prediction  show 
that  while  some  users  enjuy  substantial  improvement, 
others  may  improve  only  marginally  or  even  decrease  in 
speed  (4). 

Research  Questions 

Our  goal  is  to  determine  the  general  principles 
underlying  the  interaction  between  a  user  and  a  word 
prediction  system,  in  order  to  gain  a  deeper 
understanding  of  the  trade-off  between  the  increased 
cognitive/perceptual  requirements  and  decreased 
motoric  loads.  We  aim  to  use  these  principles  as  the  basis 
for  mathematical  modeling  to  simulate  the  effect  that 
different  user  and  system  characteristics,  as  well  as 
difterent  intervention  strategies,  have  on  overall 
performance  (2).  As  one  of  the  early  steps  in  this  process, 
we  have  designed  and  performed  a  pilot  study,  to  begin 
to  look  at  how  the  cognitive  and  perceptual  loads 
inlroduci-d  by  a  werd  prediction  feilure  impact  learning 
and  performance. 

Method 

I.  Suhjects.  Four  abk^bodu'd  subiects  were  used.  No 
subject  hod  prior  experience  v/illi  the  systems  studied. 

II.  Interfaa's.  Tlie  two  inlerf.ices  under  study  used  single 
sivitch  row-column  scanning  as  the  basic  selection 
method.  Tlie  first  interface,  referred  to  as  "Lettcrs-unly", 
required  letter-by-lelter  spelling,  using  a  fixed  fret^uency- 
Ivsed  letter  matrix.  The  siiond,  referretl  to  as 
"Letters  fWP ",  usi'd  the  same  letter  matrix  augmented  by 


a  word  prediction  feature.  Characteristics  of  the  word 
prediction  feature  included:  (1)  a  six-word  list,  presented 
vertically  to  the  right  of  the  letter  mafrix;  (2)  fixed 
prediction  dictionary,  containing  82%  of  the  words  to  be 
entered;  (3)  fixed  order  of  words  in  the  list;  and  (4)  "half- 
and-half  scanning  pattern,  where  the  system  first 
scanned  between  the  entire  matrix  and  the  word  list,  then 
scanned  the  items  in  one  of  these  halves  based  on  the 
user's  selection.  Both  systems  included  adjustable  timing 
parameters:  the  scan  rate,  an  extra  delay  for  first  row  and 
column  in  matrix  and  first  word  in  list,  and  an  extra  delay 
on  the  matrix  half  (for  the  word  prediction  system  only). 

111.  Experimental  Design.  Subjects  were  divided  into  two 
pairs.  Pair  A  and  Pair  B.  For  Pair  A,  the  order  of  system 
use  was  as  follows:  (1)  training  for  Letters-only;  (2) 
testing  with  Letters-only;  (3)  training  for  Letters+WP;  (4) 
testing  with  LeIters+WP.  For  Pair  B,  the  order  of  system 
use  was  reversed:  (1)  training  for  Lcttcrs+WP;  (2)  testing 
wUh  Letters+WP;  (3)  training  for  Letters-only;  (4)  testing 
with  Letters-only. 

Training  combincxJ  verbal  instruction  and  practice. 
Subjects  were  given  the  following  goal:  to  achieve  their 
maximum  possible  rate  with  each  interface  while  keeping 
to  less  than  10%  missed  selections  (i.e.,  item  was  correct 
but  not  selected  at  first  opportunity)  and  less  than  5% 
incorrect  selections  (i.e.,  both  corrected  and  uncorrected 
errors).  During  LeIters+WP  training,  the  rationale  behind 
word  prediction  was  explained,  but  subjects  were  not 
given  specific  guidelines  for  when  to  use  the  feature. 
Subjects  practiced  using  the  system  on  a  text  sample, 
until  they  could  select  text  with  95%  accuracy. 

Testing  sessions  involved  a  sentence  transcription  task, 
performed  twice  a  week,  in  which  subjects  transCTibed 
two  five-sentence  blocks  of  text,  separated  by  a  five- 
minute  rest  period.  A  two-minute  warm-up  period 
before  beginning  each  block  was  provided.  Subjects  were 
allowed  to  adjust  system  timing  parameters  either  before 
or  after  the  warm-up  pericxJ,  but  not  during  the  five- 
sentence  block  of  text  entry.  Timing  parameters  could  be 
adjusted  in  increments  of  25, 50,  or  75  msecs. 

Text  blocks  were  drawn  from  published  typing  tests  (3) 
and  matched  with  respect  to  syllable  intensity,  average 
word  length,  percent  of  "high-frequency"  words,  overall 
length,  and  average  scan  steps.  Subjects  read  the 
sentences  from  index  cards,  one  sentence  pe;-  card.  They 
bad  twenty  seconds  to  flip  to  a  card  and  read  the 
sentence.  During  this  period,  no  selections  c:)uld  be 
made.  Scanning  a'sumed  automatically  at  the  end  of  the 
"frivze"  period,  and  subjects  then  transcribed  the 
sentence  using  the  assigned  interface.  The  sentence  card 
remained  in  view  for  reference  throughout  transcription. 
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IV.  Data  Collection.  All  items  selected  by  subjects  were 
timed,  collected,  and  stored  in  real-time  by  software  we 
developed  for  that  purpose.  The  set-up  parameters  used 
during  a  session  were  also  recorded  with  the  item  data. 
Observations  of  subject  behavior  during  each  session 
were  recorded  by  the  experimenter. 

RcsulU 

This  pilot  work  is  part  of  an  ongoing  effort  to  collect 
empirical  data  that  supf)ons  the  development  and 
validation  of  mathematical  models  of  user  perforrnance. 
However,  in  the  process  of  analyzing  the  data  from  our 
first  subjects,  we  have  seen  some  interesting  results 
regarding  differences  in  what  was  learned  by  each  of  the 
two  subject  pairs,  and  these  will  be  the  focus  here. 

For  the  first  ten  blocks,  subjects  who  began  with 
Letters+WP  (Pair  B)  entered  text  more  slowly  and 
improved  less  overall  than  those  who  began  with  Letters- 
only  (Pair  A).  While  the  Pair  B  subjects  made  an  average 
of  31.6%  fewer  selections  than  Pair  A,  their  text  entry 
speed  at  each  of  the  ten  blocks  was  an  average  of  18.6% 
slower,  as  seen  in  the  left  half  of  Figure  1.  Additionally, 
Pair  B's  rate  improvcnJ  an  average  of  28.57o  over  the  first 
ten  blocks,  while  Pair  A  improved  their  rate  by  41.6%. 

Analysis  of  the  second  ten  blocks  reveals  a  different 
trend.  Subjects  vjho  finished  with  Letters+WP  (Pair  A) 
made  an  average  of  3f..2%  fewer  selections  and  had  a  text 
entry  rate  that  was  an  average  of  16.0%  faster  than  those 
who  finished  with  Letters-only  (Pair  B),  as  seen  in  the 
right  half  of  Figure  1.  The  improvement  of  each  pair  over 
the  ten  blocks  was  basically  the  same,  at  33.27c  for  Pair  A 
and  35.5%  for  Pair  B. 

In  the  search  for  what  might  account  for  these  results,  we 
analyzed  how  the  experience  each  pair  gained  in  the  first 
half  might  have  affected  their  performance  in  the  second 
half.  Learning  transfer  was  calculated  using  the 
following  formula: 

%  transfer  =         '^lm(i)  -  Rtrjn(l)  .,(,(, 

"imd)  -  "irndO) 
where  Rirn(i)  is  the  rate  for  the  first  blixk  with  the  first- 
lea  med  system,  R|n,(io)  is  the  rate  for  the  tenth  block  with 
the  first-learned  system,  and  Rtran(l)  'S  the  rate  for  the  first 
block  after  switching  systems  (5).  A  learning  transfer  of 
100%,  for  example,  means  that  the  subject's  text  entry  rale 
was  not  affected  at  all  by  switching  systems.  When 
subjects  switched  to  a  new  system  after  ten  blocks.  Pair  A 
had  a  higher  amount  of  learning  transfer  in  moving  from 
Letters-only  to  Letters+WP  than  Pair  B  did  in  moving 
from  Letters+WP  to  Letters-only  (61.27o  vs.  44.8%). 

A  second  set  of  analyses  on  the  effects  of  prior  experience 
compared  the  pairs'  performances  when  they  used  the 
same  system.  When  Pair  A  subjects  switched  to 
Lellcrs+WP,   leir  performance  with  thai  system  was  .m 
average  of  327o  faster  than  that  of  Pair  B  (Figure  2). 
However,  when  Pair  B  subjects  switched  to  Letters-only, 
their  performance  was  no  better  than  that  of  Pair  A 
(Figure  3).  Pair  B's  experience  with  Letters+WP  gave 
them  little  if  any  advantaj^e  in  using  Letters-only,  even 


though  the  matrix  used  in  both  systems  was  exactly  the 
same.  In  contrast.  Pair  A's  experience  v/ith  Letters-only 
gave  them  a  definite  advantage  over  Pair  B  in  using  the 
Letters+WP  system. 

Unpaired  two-tailed  t-tests  were  performed  for  eich 
difference  reported  above.  P-values  ranged  from  0.02  to 
0.87,  with  the  majority  falling  under  0.25. 

Discussion 

A  definitive  interpretation  of  these  results  is  difficult, 
given  the  small  size  of  the  subject  groups  and  other 
methodological  limitations  to  be  discussed  below. 
Nonetheless,  the  results  are  intriguing,  and  a  careful 
consideration  of  their  implications  seen»s  warranted  to 
guide  a  search  for  relevant  evidence  in  clinical  or 
laboratory  reports  and  to  inform  the  design  of  'uture 
research  efforts. 

Neither  of  the  systems  enjoyed  a  clear  speed  advantage 
over  the  other,  even  though  both  pairs  made  about  35% 
fewer  selections  with  Letters+WP.  The  different  order  of 
interface  use  for  each  pair  may  account  for  this  result. 
When  subjects  used  the  word  prediction  system  without 
any  prior  experience  (Pair  B),  they  were  faced  with  quite 
a  daunting  task:  to  use  the  switch  properly  to  select  either 
a  matrix  or  a  word  list  item;  to  visually  search  for  and 
memorize  the  matrix  locations  of  27  characters,  while  at 
the  same  time  trying  to  search  the  word  list;  and  to 
develop  efficient  methods  of  deciding  which  type  of  item 
to  select  next,  within  the  time  constraints  provided  by  the 
system.  The  cognitive  time  and  energy  spent  in  wrestling 
with  these  component  tasks  simultaneously  may  be  a 
reason  why  the  novice  Letters+WP  users  in  Pair  B  could 
not  keep  up  with  the  novice  Letters-only  users,  at  least 
over  the  ten  blocks  tested. 

The  available  data  suggests  that  Pair  B  bore  a  heavier 
cognitive  burden  than  Pair  A.  Despite  ten  blocks  worth 
of  experience  with  the  letter  matrix  (during  use  of  the 
Letters+WP  system).  Pair  B  subjects  do  not  appear  to 
have  learned  its  layout  particularly  well.  This  is  based  on 
their  relatively  low  learning  transfer  score,  as  well  as  the 
fact  that  their  speed  on  the  letters-only  system  was  barely 
distinguishable  from  that  of  subjects  who  had  had  no 
prior  experience  with  the  matrix.  It  may  be  that  trying  to 
learn  so  many  things  at  once  hindered  their  ability  to 
learn  any  one  thing  very  well.  Additionally, 
experimenter  observations  during  Pair  B's  Letters+WP 
sessions  noted  that  both  subjects  displayed  inconsistent 
strategies  for  using  the  word  list  as  well  as  mild 
symptoms  of  frustration.  Data  collection  at  finer  levels  of 
detail  is  planned  in  order  to  explore  this  further. 

In  contrast.  Pair  A  subjects  were  able  to  become  proficient 
at  an  imf)ortant  comf)onent  skill,  specifically  row-column 
letter  scanning,  before  using  the  word  prediction  system. 
They  could  focus  on  learning  skills  specific  to  the  word 
prediction  feature  itself,  such  as  developing  efficient 
strategies  of  word  list  search  and  using  them  consistently. 
Our  observational  data  supports  this  hypothesis,  as  Pair 
A  subjects  seemed  to  be  much  more  relaxed  and 
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consisteiil  in  tlieir  word  pri-diction  tH.-lwvior  tlian  l^'jir  B 
subjects  were.  A  greater  understanding  of  the  word 
prediction  strategies  tliat  subjects  in  both  pairs  used  is 
needed  to  pursue  this  further. 

One  implication  of  these  results  is  the  following  . 
hypothesis:  training  individuals  in  component  skills  may 
lead  to  better  success  with  a  complex  system.  No  doubt 
there  are  clinicians  who  follow  this  strategy  in  their 
interventions.  In  our  experience,  however,  this  type  of 
intervention  is  most  often  used  when  individuals  are 
having  difficulty  gaining  simple  competency  in  the 
complex  skill,  or  are  improving  very  slowly.  Based  on 
these  CTiteria,  neither  of  the  subjects  in  Pair  B  would  be 
identified  for  "remediation"  in  row-column  letter 
scanning,  although  both  may  have  benefited  from  it.  To 
examine  this  hypothesis  further,  it  would  be  necessary  to 
have  an  additional  group  of  subjects  who  us<xi  only  the 
Ij?tters+WP  system  throughout  the  experiment. 

A  full  understanding  of  how  user,  system,  and 
intervention  characteristics  combine  to  influence  user 
performance  with  word  prediction  and  other  A  AC 
systems  will  require  a  large  amount  of  empirical  study 
using  a  variety  i '  •nethodologies.  Our  hope  is  that 
generalities  can  b\.  discovered  and  that  similar 
combinations  of  factors  will  prove  to  have  similar  and 
pretlictable  effects  on  performance.  These  conditions 
must  be  true  in  order  to  build  mixlel  simulations  that  will 
predict  the  effects  of  novel  combinations  of  factors. 
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A  PROPORTIONAL  HAND  SPLINT  CONTROL 


Mark  I.  Bresler  MBME 
O'Donoghue  Rehabilitation  Institute 
Oklahoma  City,  Oklahoma  USA 


ABSTRACT 

A  proportional  control  that  imitates  a 
joystick  has  been  developed.  Custom 
hand  splints  incorporating  an  open  ended 
box  or  "tunnel"  for  the  ring  and  little 
fingers  enclose  photosensors  to  read 
finger  position. 

STATEMENT  OF  THE  PROBLEM 

Several  developers  have  designed  body 
mounted  directional  controls  for  users 
with  limited  function.  These  individuals 
have  more  control  than  required  by 
simple  switches,  but  less  than  necessary 
for  a  standard  joystick.  In  1982  Snell  (1) 
described  a  thumb  mounted  thimble 
Inside  a  ring  with  metal  contacts. 
Touching  the  thimble  to  the  ring 
provided  single  speed  directional  control. 

BACKGROUND 

As  the  Tamara  System  (2)  for  mobility, 
communication  and  environmental 
control  evolves,  features  are  added  to  ease 
setup  and  use.  The  control  input  system 
is  a  good  example.  The  Intended  user  has 
control  of  fingers  on  each  hand,  therefore 
a  directional  control  scheme  was 
developed.  Moving  the  left  finger  up 
provides  up  or  forward  motion,  moving 
the  left  finger  down  provides  down  or 
reverse  motion,  moving  the  right  finger 
up  provides  right  motion,  and  moving  the 
right  finger  down  provides  left  motion. 
Three  sensor  systems  have  been  used 
with  the  Tamara  System.  The  first  splint 
set  utilized  a  design  from  Mlcroswltch  (3) 
Magnetic  hall  effect  sensors  attached 
the  ring  finger  of  light  cloth  gloves. 
Magnets  were  attached  to  the  "tunnel" 
section  of  the  splints.  This  arrangement 
worked  but  the  gloves  were  difficult  to 
put  on,  and  the  sensors  sometimes 
rotated  out  of  position.  The  second  set 
had  sensors  mounted  at  the  top  and 
bottom  of  the  "tunnels"  and  a  magnet  was 
placed  inside  the  ring  finger  of  a  glove. 
The  magnet  created  voltages  which  were 
summed  as  an  output.  While  moving  the 
cables  from  the  gloves  to  the  splints  made 
setup  easier,  staff  asked  if  it  was  possible 


to  eliminate  the  gloves.  At  this  time  it  was 
decided  to  investigate  whether 
photosensors  could  be  used  to  track 
finger  movement. 

DESIGN 

The  light  splint  -design  requirements 
included: 

1)  Rejection  of  ambient  light  levels 

2)  If  (1)  could  not  be  accomplished  in  full 
sunlight,  then  outputs  should  go  to  zero. 

3)  No  perceived  response  lag  due  to  the 
controls. 

Taking  these  requirements  into  account, 
a  sampled  system  to  read  finger  position 
was  developed.  A  digital  clock  running  at 
4000  pulses  per  second  is  fed  to  a  decade 
counter  creating  10  time  frames, 
repeating  400  times  a  second. 

During  frame  1  the  ambient  light  for  each 
sensor  is  read  and  stored  in  individual 
sample  and  hold  circuits.  Upon  command, 
a  sample  and  hold  circuit  samples  a 
voltage  for  an  Instant  and  stores  it  for 
future  use. 

During  frame  2  the  Infrared  led  for  the 
upper  left  sensor  (  forward  ),  is  turned 
on,  and  the  upper  left  sensor  output  is 
read  and  stored  in  a  sample  and  hold 
circuit. 

During  frame  3  the  infrared  led  for  the 
lower  left  sensor  (  reverse  ),  is  turned  on, 
and  the  lower  left  sensor  output  is  read 
and  stored  in  a  sample  and  hold  circuit 

During  frame  6  the  Infrared  led  for  the 
upper  right  sensor  (  right  ),  is  turned  on, 
and  the  upper  right  sensor  output  is  read 
and  stored  in  a  sample  and  hold  circuit. 

During  frame  8  the  infrared  led  for  the 
lower  right  sensor  (  left  ),  is  turned  on, 
and  the  lower  right  sensor  output  is  read 
and  stored  in  a  sample  and  hold  circuit. 

The  sample  and  hold  voltages  for  each 
axis  are  combined  to  produce  a  voltage 
related  to  finger  position  independent  of 
ambient  light. 
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Mathematically,  the  output  of  each  axis  is: 

(upper  sensor  (led  on)) 
-(upper  sensor  (ambient)) 
-(lower  sensor  (led  on)) 
+(lower  sensor  (ambient)) 

Distributing  the  functions  between  the 
time  frames  allows  for  the  slow  turn  off 
settling  of  the  photosensors,  and  evens 
out  the  current  drawn  by  the  infrared 
leds. 

To  reduce  the  effects  of  the  sample  and 
hold  offsets  each  sensors  ambient  and 
active  sample  and  holds  are  on  the  same 
integrated  circuit. 

EVALUATION 

The  voltage  output  of  the  light  splint 
relative  to  finger  position  has  not  been 
tested.  It  does  increase  as  a  finger  gets 
closer  to  a  sensor.  Therefore  it  is  possible 
to  linearize  the  system  by  techniques  such 
as  Vectorplane  (4).  Perfect  linearity  may 
not  be  desirable,  and  the  Vectorplane 
characteristics  could  be  tailored  to  an 
individuals  preference. 

FUTURK  PLANS 

It  appears  possible  to  develop  software 
and  utilize  some  unused  hardware  of  the 
Tamara  System'  to  eliminate  the 
separate  electronic  circuit  explained 
here. 
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Prossure  Sensitive  Joystick  and  Controller 
for  Front  Wheel  Steering  Wheelchairs 

Fred  Powell  and  Rafael  M.  Inlgo 
UVA  Rehabilitation  Engineering  Center 
Charlottesville,  VA  22903 


Abstract 

On  conventional  v/heelchairs  steering  is 
accomplished  by  having  one  of  the  rear  drive 
wheels  rotate  faster  than  the  other  or  by  having 
the  wheels  rotate  in  opposite  directions.  Great 
improvements  are  made  in  wheelchair 
controllability  by  replacing  this  conventional 
steering  system  with  front  wheel  steering  similar 
to  that  found  on  any  motorized  vehicle. 

To  control  front  wheel  steering  it  was  necessary 
to  create  a  new  type  of  joystick  and  controller. 
A  pressure  sensitive  joystick  and  steering  motor 
controller  using  hydraulic  connections  has  been 
developed.  The  controller  steers  the  front 
wheels  at  a  rate  proportional  to  the  pressure  on 
the  joystick.  This  pressure  proportionality  is  non 
linear;  it  depends  on  the  forward  speed  of  the 
chair,  so  that  at  high  speed  the  steering  is  only 
slow  and  at  low  speed  the  steering  will  operate 
fast.  The  syi^tem  provides  excellent 
controllability,  greatly  surpassing  the 
conventional  joystick  by  taking  full  advantage  of 
the  front  wheel  steering  capabilities  of  the  chair. 

Background 

Conventional  wheelchairs,  having  large  drive 
wheels  in  the  rear  and  small  caster  wheels  in 
the  front,  steer  by  having  one  of  the  drive 
wheels  rotate  at  a  different  speed  than  the 
other.  This  system  has  several  problems,  all 
resulting  in  poor  controllability.  The  overall 
problem  is  the  slow  response  time  of  the 
system.  The  motors  simply  can  not  force  the 
wheels  to  turn  at  just  the  right  speeds  to 
execute  a  precise  turn.  If  the  driver  wants  to  go 
straight,  but  the  caster  wheels  are  not  pointing 
ir  the  correct  direction,  it  is  impossible  to  start 
out  moving  straight.  This  can  cause  problems 
in  tight  areas  such  as  elevators.  Another 
problem  is  trying  to  travel  straight  across  an 
incline.  Even  with  microprocessor  feedback,  it 
is  difficult  to  keep  the  chair  from  turning  down 
the  incline. 

A  wheelchair  with  front  wheel  steering  is  an 
entirely  different  experience.  The  front  wheels 
are  simply  steered  In  the  desired  direction  and 


the  chair  travels  in  that  direction  precisely  and 
immediately.  The  response  is  similar  to  any 
front  steering  vehicle,  as  the  sluggish  and 
uncontrollable  feel  of  a  conventional  wheelchair 
is  gone.  When  traveling  across  an  Incline  the 
wheelchair  has  no  tendency  to  deviate  from  its 
straight  line  path.  The  driver  has  the  ability  to 
direct  the  front  wheels  in  any  direction,  and  the 
chair  travels  only  in  that  desired  direction. 

Objective 

With  front  wheel  steering  the  conventional 
joystick  is  inadequate.  As  the  conventional 
joystick  moves  from  side  to  side,  each  joystick 
position  must  correspond  to  a  steering  position 
of  the  front  wheels.  The  problem  is  that  the 
small  range  of  motion  of  the  joystick  Is  mapped 
over  the  large  range  of  positions  of  the  front 
wheels,  so  that  a  small  change  in  position  of  the 
joystick  corresponds  to  a  relatively  large  shift  in 
steering  position.  It  therefore  becomes  very 
difficult  to  execute  a  smooth  turn  or  to  make 
minor  adjustments  in  the  position  of  the  wheels 
since  it  is  nearly  impossible  to  keep  the  wheels 
at  that  position. 

Our  answer  to  this  problem  is  pressure  sensitive 
steering.  By  restricting  left  and  right  movement 
of  the  joystick  and  placing  a  pressure 
transducer  on  either  side,  the  steering  is  done 
based  on  the  pressure  applied  to  the  joystick. 
If  a  large  pressure  Is  applied,  the  wheels  will 
steer  very  rapidly  and  the  direction  of  the  chair 
will  change  quickly.  If  a  very  slight  pressure  is 
applied  then  the  steering  motor  will  change  the 
steering  position  very  slowly,  making  only  a 
minor  change  in  the  direction  of  the  chair.  If  no 
pressure  is  applied  to  the  joystick  then  the 
wheels  remain  in  their  current  position,  whether 
in  a  straight  line  or  in  a  turn.  In  this  manner  the 
steering  position  of  the  wheels  can  be  very 
finely  controlled  by  applying  slight  pressures,  or 
the  wheels  can  be  steered  rapidly  from  one 
position  to  another  with  stronger  pressures. 

Several  improvements  over  this  basic  idea  have 
been  made  to  increase  controllability  and  safety. 
As  was  stated  above,  the  speed  of  the  steering 
motor  is  proportional  to  the  applied  joystick 
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pressure.  To  increase  the  ability  in  making 
minor  adjustments  to  steering  position,  while  still 
being  able  to  change  steering  position  rapidly, 
the  speed  of  the  steering  motors  changes  only 
slightly  up  to  about  one-half  maximum  pressure, 
and  the  speed  of  the  steering  motor  changes  at 
a  large  rate  from  one-half  to  full  pressure. 

Wheelchair  velocity  measurement  was 
incorporated  to  make  the  joystick  sensitivity 
proportional  to  the  speed  of  the  chair.  When 
the  chair  is  at  rest,  you  want  to  be  able  to  steer 
the  wheels  as  rapidly  as  possible,  however 
when  the  chair  is  at  full  speed,  a  very  slight 
change  in  wheel  position  causes  a  very  large 
change  in  direction  so  there  is  no  need  to  steer 
the  wheels  very  fast.  It  the  chair  were  traveling 
at  full  speed  and  the  wheels  were  steered  at 
their  full  speed,  the  chair  would  flip.  The 
velocity  control  is  incorporated  such  that  when 
maximum  pressure  is  applied  to  the  joystick,  the 
wheels  will  steer  at  their  maximum  safe  speed 
corresponding  to  the  speed  of  the  chair. 


Method 


The  diagram  of  Figure  1  shows  the  entire 
steering  system.  The  method  chosen  uses  a 
small  reservoir  containing  silicon  fluid  on  either 
side  of  the  joystick.  A  rubber  nipple  on  one 
side  of  the  reservoir  contacts  the  side  of  the 
joystick.    When  pressure  is  applied  to  the 
joystick,  the  fluid  is  compressed.  Hydraulic  lines 
connect  the  fluid  reservoirs  to  Foxboro  pressure 
transducers  on  the  controller  board.  By  using 
hydraulic  links  to  the  joystick,  electromagnetic 
interference  problems  are  eliminated.  From  the 
pressure  transducers  the  signal  is  first  amplified 
with  an  instrumentation  amplifier.  The  signal 
then  splits  and  is  amplified  by  a  low  gain 
amplifier  and  a  high  gain  dead-zone  amplifier. 
This  creates  the  different  joystick  pressure  to 
steering  speed  ratios.  The  outputs  and  then 
summed  and  fed  into  a  voltage  controlled 
amplifier.  To  measure  the  velocity  of  the  chair 
an  optical  disk  encoder  was  mounted  to  the 
end  of  one  of  the  drive  motors.  The  encoder 
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output  is  fed  into  a  frequency  to  voltage 
converter[1]  which  creates  a  voltage 
proportional  to  the  speed  of  the  chair.  The 
voltage  signal  is  inverted  and  used  to  control 
the  voltage  controlled  amplifier[1].  Therefore 
when  the  chair  is  stopped  the  voltage  controlled 
amplifier  is  at  full  gain  and  the  steering  motor 
can  run  fast;  and  when  the  chair  is  at  full  speed 
the  gain  is  small  and  the  maximum  speed  of  the 
steering  motor  is  low.  The  output  of  the  voltage 
controlled  amplifier  is  fed  into  a  regular 
amplifier,  increasing  the  effect  of  the  variable 
gain.  The  signals  from  the  left  and  right 
channels  are  then  combined  for  controlling  the 
steering  motor  driver,  whose  inputs  are  6  +-3 
volts.  6  volts  is  the  zero,  6  to  9  volts  rotates  the 
steering  motor  in  one  direction,  and  6  to  3  volts 
rotates  it  in  the  other. 

Results 

The  new  joystick  was  installed  in  the  front  wheel 
steering  wheelchair  and  tested  under  different 
conditions.  It  was  driven  across  inclines, 
through  narrow  hallways,  in  elevators,  over 
grass  hills,  etc. 

Discussion 

The  new  pressure  sensitive  joystick  and 
controller  proved  to  be  far  superior  to  a 
conventional  joystick  in  their  ability  to  take 
advantage  of  the  front  wheel  steering 
capabilities  of  the  wheelchair. 
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ABSTRACT 

This  paper  describes  the  design  of  a  new  highly-reliable  pow- 
ered wheelchair  joystick  control  integrated  circuit  (IC)  which 
will  interact  with  a  highly-available  microprocessor  based 
wheelchair  system  also  currently  under  development.  The  IC 
has  been  designed  using  silicon  compilation  technology  using  a 
2  micron,  double  metal,  double  poly  CMOS  process.  This  joy- 
stick system  utilizes  hardware  redundancy,  on-chip  sclf-tcst, 
and  replicated  data  paths  to  detect  single  stuck-at  faults  (per  IC) 
and  insure  safe  operation  of  the  wheelchair  at  all  times.  Each 
circuit  call  fit  inside  a  single  integrated  circuit  chip  so  that  the 
parts  count  is  minimized.  Data  is  transferred  to  the  microproces- 
sor in  parallel  or  via  an  ISO  compliant  serial  interface. 


BACKGROUND 

Traditionally,  electric  wheelchair  joysticks  contain  variable 
resistors,  which  with  proper  circuitry,  produce  a  varying  voltage 
on  the  input  of  an  analog-to-digital  converter  (ADC).  The  digi- 
tal output  of  the  ADC  is  sent  to  the  microprocessor  controlling 
the  wheelchair.  The  problem  with  this  configuration  lies  in  the 
potentiometers  which  can  become  dirty,  causing  malfunctions 
or  eventually  wear  out  due  to  friction.  This  problem  can  be 
overcome  by  using  optical  encoders  that  are  not  prone  to  fric- 
tional  degradation  •  no  moving  parts  in  the  encoder  contact 
other  parts. 

Several  types  of  optical  encoders  are  available.  Rebtive  optical 
encoders  output  two  waveforms  in  quadrature  and  one  optional 
waveform  that  indicates  the  encoder's  home  position.  The  pur- 
pose of  the  quadrature  signals  is  to  determine  which  direction 
the  encoder  is  turning.  The  choice  of  relative  optical  encoders 
(absolute  optical  encoders  are  considerably  more  expensive) 
requires  additional  signal  conditioning  before  tlie  encoded 
information  is  passed  to  a  microprocessor  (no  ADC  is  needed 
here).  This  additional  conditioning  is  the  focus  of  ihe  rest  of  this 
paper. 
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DKSIGN 

The  design  and  simulation  of  the  t)Osition  monitor  IC  was  car- 
ried out  using  the  ChipCrafter^^'  silicon  compiler  tool  from 
Cascade  Designll],  Mentor  Graphics  lCSuuion|2|  and  Mentor 
Graphics  OuitkFaull.  The  position  monitor  IC  is  designed  to 


examine  the  three  outputs  of  each  of  the  two  optical  encoders 
(one  encoder  per  axis)  and  determine  a  position  count  (sec  Fig- 
ure 1).  Redundant  position  monitor  ICs  are  used  to  eliminate 
common  mode  failures,  by  providing  identical,  independent 
data  paths  between  the  joystick  and  the  microprocessor.  Early  in 
the  design  process  a  decision  was  made  Uiat  this  system  con- 
form to  an  ISO  interface  standard  being  developed  for  electric 
wheelchair  coinmunication[3].  This  standard  is  not  yet  final,  but 
certain  aspects  that  were  agreed  upon  at  the  time  were  taken  into 
account  in  this  design. 

As  shown  in  Figure  2,  the  functional  design  was  broken  down 
into  three  primary  blocks:  data  path,  test,  and  microprocessor 
interface.  The  microprocessor  interface  has  been  partitioned  as 
a  separate  project  to  keep  the  IC  costs  down  and  reduce  the 
overall  design  complexity.  The  data  path  and  test  blocks  are 
combined  onto  a  single  integrated  circuit  (IC)  requiring  approx- 
imately 2500  microns  on  a  side  with  a  two  micron  CMOS  nwell 
process. 


SIGNA  L  CONDrnONING 


SERIAL  INTERFACE  ^-microprocessor 


Figure  2 


A  primary  design  criteria  of  the  overall  wheelchair  project  was 
that  it  would  tolerate  one  fault  in  the  joystick  circuitry  and  still 
continue  operating  normally.  Dual  sets  of  x  and  y  data  are  pro- 
cessed to  achieve  this  goal.  One  whole  IC  may  fail  and  the 
microprocessor  will  still  receive  correct  joystick  position  infor- 
mation. This  scheme  infers  that  the  microprocessor  must  some- 
how determine  if  one  of  the  ICs  is  bad  (explained  under  'Test 
unit').  Each  IC  has  on-board  test  capabilities  that  are  used  to 
determine  the  status  of  the  IC,  while  the  microprocessor  keeps 
a  history  of  position  information  that  is  used  to  determine  if  the 
data  from  the  two  position  monitors  begin  to  differ  significantly. 

Data  path  unit 

The  asynchronous  output  signals  from  the  two  optical  encoders 
(three  signals  per  encoder)  are  processed  by  the  data  path.  The 
ICs  inputs  contain  Schmitt-triggers  (built  into  the  ICs  pads), 
which  reduce  metastability  effects  on  the  signals.  Metastability 
is  a  condition  where  signal  levels  remain  in  an  intermediate 
Slate  between  logic-1  and  logic-0  levels.  Schmitt  triggers  elim- 
inate or  reduce  the  size  of  this  intermediate  sl;itc. 
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The  data  path  unit  contains  iv.  o  identical  paths  for  the  x-  and  y- 
axcs  respectively  as  shown  in  Figure  3. 

X  Axis  Data      Y  Axis  Data 


— I  I — 


MUX 
RL^ER 


I  FILTER 


LaTCH 


L.ATCH 


Tesl 


Y 

DATAPATH 


senal 
inlerfacc 


micro- 
processor 


Figure  3 


Multiplexers:  The  first  block  in  the  data  path  is  a  set  of  multi- 
plexors. The  multiplexors  are  used  to  switch  between  on-board 
test  vectors  generated  in  the  test  unit  (test  mode)  and  actual  sig- 
nals from  the  optical  encoders  (run  motle). 

Filters:  Next,  the  signals  are  filtered  with  digital  filters  to  shape 
the  signals  (see  Figure  4)  into  bctler  digitiil  waveforms  by  elim- 
inating spikes,  runt  pulses,  and  metaslability  problems.  Each  fil- 
ter is  a  series  of  D-typc  flip-flops  which  pas.'ics  tJie  input  signal 
on  if  it  remains  at  a  logic  level  for  a  minimum  of  three  clock 
cycles,  otherwise  the  filter  output  remains  the  same.  Finally,  the 
filters  synchronize  the  output  signals  to  the  system  clock. 


Test  unit 

Test  vectors  and  overall  control  signals  for  the  position  monitor 
are  generated  in  ths  lest  uniL  This  unit  communicates  wit!,  the 
serial  interface  for  its  instructions  and  status  (error)  reports. 
Most  of  the  layout  in  this  unit  was  generated  with  a  finite  slate 
machine  language  tool  called  FINESSE[4),  included  with  the 
ChipCrafter  software.  In  addition  to  this  test  unit,  a  comparator 
and  combinational  logic  are  used  to  check  for  faults  in  the  data 
path.  While  'J.e  comparator  examines  both  x  and  y-axis  data 
paths,  the  combinational  logic  determines  if  the  y-a-xis  counter 
is  in  its  home  position.  The  test  circuitry  can  also  be  function- 
ally tested  off-line  through  built  in  scan-path  test  structures. 

When  instructed  by  the  serial  interface  unit,  the  test  unit  will 
enter  its  test  mode  to  determine  the  working  status  of  the  chip. 
First,  the  comparator  is  checked  for  any  logical  stuck-at  faults. 
Test  vector  coverage  is  100%  for  logical  single  stuck-al  faults. 
Next,  both  data  paths  outputs  are  compared  while  counting  up 
1 28  counts  and  back  down  1 28  counts.  Upon  completion  of  this 
test,  a  final  test  is  made  to  determine  whether  the  home-initial- 
ization pulse  properly  sets  the  counters  to  40HEX.  Any  testing 
of  parallel  load  feature  is  left  up  to  the  microprocessor 

Errors  detected  by  the  self-test  procedures  are  reported  to  the 
serial  interface  via  two  error  lines:  compare  error  and  home 
error.  While  the  microprocessor  will  routinely  initiate  a  test 
sequence  on  the  position  monitor  ICs,  it  will  also  initiate  tests 
when  the  data  from  both  ICs  significantly  differs.  Based  on  the 
test  results,  the  microprocessor  will  determine  whether  or  not 
future  data  from  an  IC  is  valid. 


Filter  Input: 

Filter  Output: 

Figure  4 


Decoder:  The  filtered  signals  are  decoded  to  control  seven-bit 
up/down  binary  counters.  Three  signals  are  generated  in  this 
block:  count  direction,  count  enable,  and  home  initialization. 

Counter:  The  counter  is  a  seven-bit  up/down  counter  with  par- 
allel load  capability,  that  has  64  bits  of  resolution  in  either  direc- 
tion. Additional  circuitry  has  been  added  to  allow  the  counter  to 
be  set  to  40HEX  (counter's  middle  value)  when  the  homo  ini- 
tialization signal  is  received.  Normally,  home  initialization 
occurs  each  time  the  joy.stick  is  in  its  resting  (center)  position. 
The  parallel  load  feature  is  used  by  the  microprocessor  to  reload 
the  counters  with  d;ita  after  a  test  has  uiken  place,  or  the  niicro- 
proces.sor  can  use  this  as  a  test  feature  itself  (i.e.  to  insure,  proper 
operation  of  the  serial  interface). 

I.utch:  A  seven-hit  latch  is  used  to  buffer  the  position  data 
between  the  piisition  monitor  IC  ;ind  the  serial  interface. 


Serial  Interface 

In  order  to  conform  to  the  ISO  standard  currently  under  devel- 
opment for  powered  wheelchairs,  an  optional  serial  link  has 
been  designed  to  provide  additional  flexibility  between  the  joy- 
stick position  monitor  and  the  microprocessor.  The  standard 
calls  for  communication  between  the  microprocessor  and 
peripherals  are  to  be  managed  in  a  serial  fashion.  Data  words  are 
eight  bits  long  with  two  bits  for  start  and  stop.  Using  this  spec- 
ification, the  most  significant  dau  bit  (MSB)  was  chosen  to  dis- 
tinguish data  words  from  control  and  error  words.  The  most 
significant  bit  is  a  logic  zero  for  position  data  and  a  logic  one  for 
control  and  error  data.  In  this  way  all  eight  bits  of  the  serially 
transmitted  word  are  used.  A  more  detailed  description  of  the 
interfacing  standard  can  be  found  in  [3]. 

To  reduce  fabrication  costs  in  the  first  phase  of  this  project,  the 
serial  interface  is  dedicated  to  a  separate  IC.  The  serial  interface 
circuit  is  currently  under  development  using  an  Actcl  field  pro- 
grammable gate  array  (FPGA).  The  serial  interface  consists  of 
circuitry  to  manage  the  comr.iunication  between  the  position 
monitor  described  in  this  paper  and  the  microprt)CCSSOr  It  is 
simply  an  intelligent  universal  asychronous  receiver  and  trans- 
mitter (UART);  it  sends  position  and  error  data  to  the  micropro- 
cessor, and  accepts  and  decodes  commands  and  data  from  the 
microprocessor  to  control  the  data  path  operation.  Also,  it  con- 
trols parallel  load,  reset,  and  test  operations  in  the  position 
nionitcr 
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OPERATION 

There  are  ihrce  modes  of  oiK-rauoii  for  ilie  pobiiion  nioniior; 
run,  test  and  parallel  load. 


In  run  mode  signal  input  to  the  data  path  originates  from  the 
optical  encoders.  The  counter  continuously  i/acks  the  joystick's 
position,  with  a  elock  speed  of  2  megahertz,  derived  from  the 
microprxxessor's  clock.  When  the  microprocessor  is  ready  to 
receive  a  pair  of  positions  (x  and  y),  a  control  word  is  sent  to  the 
serial  interfaee,  which  in  turn  latches  the  output  of  the  counters 
and  begins  to  transfer  the  position  data  back  to  the  microproces- 
sor. The  x-position  data  is  first  sent,  followed  by  the  y-data.  The 
microprocessor  stores  a  limited  history  of  the  position  data  it 
receives  and  it  checks  current  measurements  against  this  data  to 
determine  if  a  self-test  or  joystick  reset  is  necessary. 

Self-testing  begins  when  the  microprocessor  transmits  a  test 
control  word.  While  in  this  mode,  a  control  line  from  the  test 
unit  to  the  serial  interface  unit  is  lowered,  indicating  test  mode 
is  entered.  All  tests  are  completed  before  the  test  mode  can  be 
exited;  applying  a  RESET  is  the  only  way  to  circumvent  this 
feature.  The  basic  operation  of  this  mode  is  described  above 
under  'Test  unit'. 

The  microprocessor  may  choose  to  restore  the  value  of  a 
counter  by  transmitting  a  parallel  load  conl/ol  word,  followed 
by  the  data  to  be  loaded.  In  this  case,  the  serial  interface  sl/obcs 
the  parallel  load  line  to  the  test  unit  and  presents  the  data  to  the 
counter's  data  inputs,  which  is  latched  on  the  next  clock  edge. 
The  X  and  y-eounters  may  be  loaded  indcpcndcnlly  or  jointly. 
Again  this  mode  can  also  be  used  as  a  test  by  the  microprocessor 
for  the  parallel  load  feature. 

The  microprocessor  may  also  request  a  hard  reset  of  the  position 
monitor.  In  the  case  of  any  reset,  the  monitor  will  start  up  in  run 
mode  with  the  counters  set  to  40HEX  (also  the  home  position). 

CONCLUSION 

The  design  of  the  position  monitor  IC  was  sl/ongly  guided  by 
fault  tolerance,  sclf-teslabilily,  simplicity,  conformation  to  stan- 
dards and  existing  systems,  and  of  course  low  cost.  All  of  these 
features  were  incorporated  to  some  extent. 

Considerable  possibilities  remain  for  future  enhancements  to 
this  project:  the  joystick  resolution  may  be  increased  (larger 
counters);  different  fault  tolerant  schemes  may  be  employed; 
the  input  interface  (to  encoder  or  other  device)  can  be  general- 
ized to  work  with  other  peripherals  such  as  sip/puff  switches. 
As  it  stands,  this  project  requires  two  chips:  one  chip  for  the 
position  monitor  and  one  for  the  serial  interface.  These  two 
devices  could  be  combined  into  a  single  IC  incorporating  addi- 
tional test  features. 

At  this  point  in  the  project,  extensive  simulation  has  taken  place 
and  the  position  monitor  design  is  ready  to  be  shipped  for  fab- 
rication. Software  to  run  on  the  wheelchair  microprocessor  is 
yet  to  be  co<led. 
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Abstract 

A  new  design  of  electric  wheelchair  is 
presented  which  ineorporates  reduction  in  size  and 
weight,  adjustability  of  seat  heif.ht  of  backrest,  width 
and  up-folding  of  armrests  and  seat  rotalability. 
Smooth  acceleration  and  tracking  controllability  is  also 
achieved  via  use  of  close-loop  jiC-based  control 
circuitry.  The  design  is  aimed  at  providing  a  more 
suitable  model  of  power  wheelchair  for  the  use  of  the 
smaller-sized  Orientals  in  confined  indoor  space  in 
general. 


users  of  different  types  of  handicap  and  the  aged,  it  is 
possible  to  trim  down  the  overall  size  to  32"  (length) 
by  22"  (width)  [Fig.  1  a,  b,  c].  Moreover,  to  enable 
the  vehicle  to  pass  even  a  narrower  strip,  without 
sacrificing  side-toppling  stability,  the  5-inch  front 
castors  can  fold  in  from  a  normal  span  of  22  inches  to 
17  inches  (the  width  of  the  rear  drive  wheels)  via  use 
of  a  motor-driven  lead-screw  and  Y-link  [Fig.  2]. 
Using  two  24  AH  batteries,  12-inch  BMX  wheels  and 
aluminium  alloy  frame,  the  overall  weight  is  reduced 
to  some  72  pounds. 


Background 

Inspite  of  its  availability  for  quite  some  time, 
the  present  day  electric  wheelchair,  in  general,  has  a 
lot  of  ground  for  improvement.  Its  bulkiness  and 
weightiness  and  its  lack  of  adequate  seat  adjustability 
and  hence  comfortability  are  often  points  of  complaint 
from  users  particularly  in  the  Oriental  countries.  This 
is  understandable  as  all  electric  wheelchair 
manufactured  in  the  West  are  basically  designed  with 
the  nnminal  local  human  size  and  physique  and  local 
environment  in  niind.  Oriertals  are  in  general  smaller 
in  built  and  less  powerful  in  physique.  The  crowded 
living  condition  is  also  a  sharp  contrast.  The  difficulty 
in  achieving  smooth  acceleration  (particularly  form 
start)  and  deceleration  is  another  cause  of  concern. 
The  difficulty  in  tracking  an  intended  path  with 
differential  loading  on  the  two  sides  due  to  different 
ground  condition,  especially  when  one  wheel  is  caught, 
is  yet  something  else  to  improve.  There  is  a  genuine 
demand  for  powered  wheelchairs  of  suitable  design 
(similarly  for  manual  wheelchairs)  in  the  Orient  as 
electric  wheelchairs  serve  a  different  category  of  users. 
Presently  all  powered  wheelchairs  are  imported  ones 
and  as  a  result  can  serve  only  a  minority  of  the 
potential  users. 

Problem  Statement 

Problems  to  tackle  include  (a)  reduction  of  size 
and  weight,  (b)  seat  adjustability  and  (c)  acccleraliun 
and  straight-line  control. 

Design  Methodology  and  Implementation 

(a)  Size  and  Weight  Reduction:  The  problem  has  been 
solved  by  making  reference  to  the  average  si7.c  of  the 
Orientals  and  realizing  the  vehicle  is  mainly  for  indoor 
or  not-too-ho.stile  outdoor  environments.  Having 
consulted  relevant  occupational  ihcrapi.sts  and  wuuld  he 


(b)  Seat  Adjustability:  As  the  potential  user  will  be 
using  the  vehicle  most  of  the  time  during  the  day,  a 
seat  that  can  be  adjusted  to  give  the  user  maximum 
comfort  is  useful  and  important.  Our  approach  is  to 
adopt  an  rotating  office  chair  to  the  frame  work  and 
make  modifications  to  the  seat  support,  the  back 
support  and  the  armrests.  Since  these  are  all  one-time 
adjustments,  a  simple  track  and  stud-lock  design  is 
adopted  for  all  except  seat  rotation  and  armrest  up- 
foldins  A  lockino  screw  with  large  |i,iiidle  I'.'r  easv 
handling  is  used  for  the  former  and,  for  the  latter,  an 
end-of-travel  catch  for  the  horizontal  and  vertical  dead- 
end positions.  The  armrest,  in  the  vertical  position, 
can  be  pushed  in  to  a  span  of  17  inches  if  required  so 
as  to  enable  the  vehicle  to  pass  a  narrow  corridor  or 
doorway  of  about  that  width  [Fig.  1  a,  b,  c].  With  the 
seat  detached,  the  whole  thing  is  reduced  to  two  pieces 
each  no  higher  than  17  inches  and  hence  can  be  easily 
put  away  in  the  boot  or  even  the  backseat  of  a  car. 

(c)  Acceletation  and  Straight-line  Control:  Difficulty 
in  achieving  smooth  acceleration,  particularly  in 
starting,  in  an  indoor  area  of  rather  confined  space  is 
often  a  cause  of  deterrence  to  some  potential  users  of 
electric  wheelchair.  Asymmetrical  degree  of  ground- 
contact  roughness,  free-wheeling  due  to  slip  and  abrupt 
change  of  travel  direction  can,  on  the  other  hand, 
cause  difficulty  in  tracking.  With  the  user  closing  the 
control  loop,  the  former  problem  often  results  in 
oscillation  in  acceleration  (ic.  a  jerky  motion)  and  the 
latter  in  oscillation  about  the  desired  track  (ie.  a 
wabbling  motion)  and  can  easily  lead  to  collision. 

Our  solution  is  lo  provide  an  "adaptive"  close- 
loop  control  independently  for  each  drive  wheel  from 
which  the  instantaneous  current  and  velocity  (both 
speed  and  direction)  are  sensed  and  fed  back  for 
comparison  with  the  cho.sen  designed  reference  for 
contnil  purpo'cs. 
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Motive  power  is  provided  by  two 
0. 145KW/0.0SS  Kgm  DC  motor  each  with  a  rated 
current  of  6.25A  at  24V.  Reversible  drive  is  achieved 
via  a  H-bridge  arrangement  of  power  MOSFETS 
(MTH40N10)  which  are  driven  in  turn  by  the  LM324 
and  DS0026  drivers  on  the  high  and  low  side 
respectively. 

Heart  of  the  controller  is  the  microcontroller 
[1C8O3I.  An  8-bit  control  signal  provides  a  256-level 
of  PWM  for  fine  speed  control  for  each  motor  [Fig. 
3]. 

The  feedback  signals  are  sampled  at  10ms 
intervals  and  compared  with  the  predetermined  target 
speed  characteristic  corresponding  to  the  controller 
(eg.  joystick)  setting  and  chosen  range  of  mild, 
moderate  or  hard  acceleration.  Speed  difference 
exceeding  the  set  band  will  cause  the  drive  signal  to  be 
set  to  the  extreme  value  within  the  set  limit  (Band 
Band  control  type)  causing  the  motor  to  approach  the 
target  speed  in  the  shortest  possible  time.  In  order  to 
minimize  the  effect  of  unequal  loading,  gravitational  or 
frictional,  that  may  lead  to  a  side-tracking  motion,  the 
control  strategy  is  changed  to  having  the  faster-moving 
wheel  follow  the  slower-moving  one  once  the 
instantaneous  differential  speed  exceeds  a  preset  limit. 

Perfonnance  Evaluation  and  Discussion 

A  length  of  32"  is  not  much  shorter  than  the 
average  length  (about  34"),  but  the  minimum  width  of 
17"  is  a  significant  advantage  in  confined  space 
maneouvering.  The  overall  weight  is  72  lb  with  two 
24  AH  batteries  and  is  increased  to  95  lb  if  the 
batteries  are  replaced  by  two  38  AH  ones  for  longer 
distance  travel  between  recharging.  Up  to  4  hours 
continuous  operation  is  possible  with  the  former  and 
hence  overnight  recharging  only  is  required  for 
average  indoor  use.  The  larger  batteries  are 
recommended  for  outdoor  use  in  view  of  the  rougher 
ground  condition  and  possibly  longer  hop  required 
between  recharging.  With  the  existing  motor-gearbox 
combination  (3000  rpm,  50:1)  the  maximum  speed 
achievable  with  an  average  body  weight  of  150  lb  is 
3.1  fps,  an  acceptable  indoor  speed  figure. 

The  available  ranges  of  seat  adjustments  are: 
5"  for  height,  2"  for  depth,  3"  for  backrest  height  and 
2.5"  X  2  for  armrest  width.  These  ranges  are 
sufficient  to  cover  more  than  95%  of  the  population. 

To  evaluate  the  speed  and  tracking  control 


capability,  the  speeds  are  actually  derived  from  the 
correspondingly  sampled  voltage  since  actual  speed 
measurements  in  motion  are  difficult  to  made.  Fig.  4 
a,  b  show  the  acceleration  and  deceleration 
characteristics  for  (i)  uneven  loading  and  (ii)  (iii)  even 
loading  on  the  two  wheels.  Part  (i)  in  Fig.  4(a) 
depicts  the  speed  curve  of  the  right  wheel  with  and 
without  (relevant  circuit  disabled)  interspeed 
comparison.  With  the  interspeed  comparison  circuit 
intact,  the  reference  speed  for  right  wheel  comparison 
is  changed  from  the  normal  target  speed  to  the 
instantaneous  left  wheel  speed  once  the  preset 
differential  speed  limit  is  exceeded.  As  can  be  seen, 
smooth  acceleration  can  be  achieved  and  off-tracking 
is  much  suppressed. 

Conclusion 

The  several  desired  features  have  all  been 
achieved  with  this  development  model.  Rooms  for 
improvement  at  this  stage  may  perhaps  be  (a)  a  more 
powerful  motor  (eg.  1/4  HP)  with  a  smaller  gearbox 
ratio  (eg.  40: 1)  to  improve  the  maximum  speed  and  (b) 
temperature  sensing  and  control  for  motor  protection 
in  locked  wheel  overload  condition. 
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Microprocessor  Based  D.C.  Brushless  Motor  Controller 
for  Wheelchair  Propulsion 

Fred  Powell  and  Rafael  M  Inigo 
UVA  Rehabilitation  Engineering  Center 
Charlottesville,  VA  22903 


Abstract 

The  mechanical  brushes  which  are  standard  in 
permanent  magnet  D.C.  motors  have  several  drawbacks. 
D.C.  Brushless  motors  use  electronics  in  place  of  the 
brushes,  producing  a  motor  which  has  several  benefits 
including  higher  efficiency  and  maintenance  free 
operation. 

A  microprocessor  based  digital  closed  loop  brushless 
motor  control  system  has  been  developed  for  electric 
wheelchair  propulsion.  The  wheelchair  control  algorithm 
operates  on  an  8088  based  single  board  computer,  and 
each  motor  is  controlled  by  an  HCTL-1100  micro- 
controller. 

Backgrourx) 

A  D.C.  brushless  motor  is  designed  to  have  similar 
characteristics  to  a  regular  permanent  magnet  D.C. 
motor,  linear  speed/torque  and  linear  speed/voltage 
curves.  The  construction  of  the  motor  is  actually  very 
similar  to  a  3  phase  A.C.  motor  [1].  The  brushless 
motors  which  we  are  using  have  a  4  pole  permanent 
magnet  rotor  and  a  3  phase  stator.  The  control  system 
of  the  motor  tracks  the  position  of  the  rotor,  energizing 
each  phase  at  the  correct  time  and  in  the  desired  order. 
The  direction  of  the  motor  is  reversed  by  reversing  the 
order  of  two  of  the  phases.  The  simplest  brushless 
motor  controller  consists  of  3  Hall  effect  sensors  and 
transistors.  Hall  effect  sensors  in  the  motor  produce  a 
voltage  in  response  to  the  magnetic  field  of  the  rotor. 
This  signal  is  used  to  turn  on  a  transistor  v/hich  supplies 
power  to  one  of  the  motor  phases,  i.e.  each  Hall  effect 
sensor  is  located  such  that  it  energizes  a  phase  at  the 
correct  time. 

Objective 

The  t>enefits  of  D.C.  brushless  motors  over  regular  D.C. 
motors  make  them  ideal  for  electric  wheelchair 
propulsion.  With  regular  motors,  the  friction  of  the 
brushes  on  the  armature  causies  the  brushes  to  wear 
out.  In  addition  to  mechanical  losses,  the  brushes  also 
produce  electric  losses  and  produce  electric  noise  which 
can  interfere  with  computer  and  collision  avoidance 
equipment  operation.  Brushless  motors  eliminate  these 
problems.  With  their  measured  efficiency  approaching 
80%  over  the  normal  region  of  operation,  these  motors 
will  provide  extended'  range  for  the  chair.  They  also 
produce  a  much  higher  continuous  torque.  Since  the 
only  source  of  friction  is  the  bearings  at  either  end  of  the 
rotor,  brushless  motors  provide  maintenance  free 
operation,  thus  reducing  the  possibility  of  an  unexpected 
failure.  They  also  provide  nearly  silent  operation.  When 
a  computer  Is  used  to  control  the  motors,  as  Is  the  case 


in  the  developed  system,  phase  advance  and  phase 
overlapped  can  be  used  to  provide  increased  torque  and 
speed. 

Method 

The  brushless  motor  controller  has  been  implemented 
using  the  Hewlett  Packard  HCTL-1 1 00  high  performance, 
general  purpose,  digital  motion  control  IC  [2].  Tne  host 
processor  is  an  8088  based  LPM-SBC40  single  board 
computer  on  the  STD  Bus.  The  motor  drive  consists  of 
IR2110  MOS  gate  drivers  with  an  all  N-channel  power 
MOSFET  3  phase  bridge.  System  software  is  written  in 
C  on  a  host  PC,  then  downloaded  into  the  single  board 
computer  using  a  remote  debugger.  In  the  final  system, 
the  executable  code  will  be  burned  into  an  EPROM  on 
the  single  board  computer. 

Using  of  the  HCTL-1100  provides  many  benefits  in 
controlling  the  brushless  motors.  The  HCTL-1100  is 
essentially  a  computer  dedicated  to  motion  control;  there 
is  one  HCTL-1100  for  each  motor.  By  programming  the 
desired  options  for  the  system  and  giving  a  desired 
command,  the  motion  controller  will  execute  the 
command  closed  loop  without  any  interaction  with  the 
host  processor,  freeing  it  to  perform  other  operations. 
An  optical  encoder  installed  on  the  motor  shaft  provides 
position  feedtjack  directly  to  the  motion  controller. 
Several  different  control  modes  are  provided,  including 
position,  proportional  velocity,  and  integral  velocity.  The 
HCTL-IIOO  controls  velocity  and  acceleration,  can  lock 
the  rotor,  and  performs  dynamic  braking.  For  increased 
speed  and  torque,  the  HCTL-1100  can  t>e  programmed 
for  phase  advance  and  phase  overiap.  With  phase 
advance,  the  time  at  which  the  windings  are  energized 
is  dependent  upon  the  velocity  of  the  rotor;  at  higher 
speeds  the  windings  are  energized  a  little  sooner.  Phase 
overiap  means  that  all  three  phases  are  energized  at  the 
same  time.  Normally,  there  are  only  two  phases 
energized  at  once,  one  positive  and  one  negative.  The 
current  commutation  logic  does  not  allow  for  phase 
overiap,  however  a  new  controller  has  been  designed 
and  is  being  built  which  takes  advantage  of  this  feature, 
providing  an  estimated  10  to  15  percent  increase  in 
torque. 

The  LPM-SBC40  single  board  computer  is  actually  part 
of  a  previously  designed  optimal  adaptive  wheelchair 
control  system  [3].  Modifications  to  the  system  will  be 
made  to  interface  it  with  the  HCTL-1100  micro- 
controllers and  take  advantage  of  the  features  of 
brushless  motor. 

Results 

Figure  1  shows  the  construction  of  the  current  system 
Tliu  brushless  motor  and  controller  have  been  tested 
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using  a  dynamometer  which  measures  input  power  and 
current,  and  output  speed,  torque,  and  pov;er.  The 
following  graphs  display  some  system  characteristics. 
Cun'ently  the  software  is  being  written  to  interface  the 
brushless  motor  controllers  with  the  adaptive  wheelchair 
controller,  and  necessary  parts  are  being  collected  to 
install  the  entire  system  in  a  chair. 


an  increase  in  cun'ent.  Again,  the  software  will  invoke 
these  features  when  demanded  by  the  user,  producing 
the  needed  speed  and  torque  while  maximizing  efficiency 
and  minimizing  current.  We  conclude  that  sophisticated 
control  with  brushless  motors  can  be  achieved  by  virtue 
of  the  HCTL-1100  motion  control  IC  linked  with  a 
microprocessor. 


Discussion 

Figure  2  shows  the  excellent  efficiency  and  high  torque 
of  the  motor  and  controller.  Figure  3  shows  the  linear 
speed-torque  characteristic  like  that  of  commutator  D.C. 
motors.  Note,  however,  that  the  line  is  not  straight.  High 
speed  slopes  are  higher  due  to  phase  advance.  Figure 
4  shows  the  linear  current-torque  characteristics  also 
similar  to  commutator  D.C.  motors.  The  effect  of  pulse 
width  modulation  on  the  current-torque  relationship  can 
be  seen  on  graphs  4  and  5.  For  pure  D.C,  motor 
current  is  dependent  only  on  motor  torque,  i.e.  current  is 
independent  of  speed  and  applied  voltage.  Figure  5 
shows  that  a  higher  PWM  produces  a  higher  maximum 
torque,  and  Figure  4  shows  that  given  a  maximum 
continuous  current,  a  lower  PWM  produces  a  higher 
torque.  The  software  will  incorporate  this  information, 
allowing  the  motor  to  produce  high  torques  outside  of 
the  continuous  duty  zone  for  a  short  period  of  time,  and 
adjust  the  control  parameters  to  insure  that  continuous 
operation  Is  inside  the  continuous  duty  zone.  Figures  6 
and  7  show  the  effect  of  phase  advance  on  motor  speed 
and  cun'ent.  We  see  that  phase  advance  substantially 
increases  motor  speed,  but  the  increase  is  matched  by 
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POWERED  WHEELCHAIR  GEARBOX  LUBRICATION 


M.R.  Ford,  JJ.  Kauzlarich  &  J.G.  Thacker 
University  of  Virginia  Rehabilitation  Engineering  Center 
Charlottesville,  Virginia  USA 


Abstraet 

The  mechanical  losses  in  gearboxes  of  an  electric  wheelchair 
drive  system  are  a  major  contributing  factor  to  the 
inefficiencies  encountered  in  chair  operation.  The  lower  the 
efficiency  occurring  in  the  gearbox  results  in  an  overall 
reduced  electrical/mechanical  conversion  affecting  the 
operation  time  for  each  recharging  of  the  battery.  This  paper 
presents  a  few  different  options  to  increase  the  time  interval 
between  battery  recharges. 

Background 

The  drive  system  of  an  electric  wheelchair  consists  of  a 
permanent  magnet  DC  motor  which  is  controlled  by  a  Pulse 
Width  Modulator  (PWM),  a  reduction  gear  box  and  a  pulley- 
belt  arrangement.  The  PWM  is  supplied  by  a  constant  twenty 
four  volts;  two  twelve  volt  batteries.  As  the  operator 
maneuvers  the  control  stick  the  PWM  sends  varying  length 
pulses  of  energy  to  the  motors  which  determines  their  speed 
and  direction.  The  motors  are  each  attached  to  a  separate 
gear  box.  The  gears  inside  the  box  will  reduce  the  rotational 
speed  of  the  inotor  and  at  the  same  time  increase  its  torque 
capability.  The  output  shaft  of  each  gear  box  is  then 
connected  to  a  pulley  which  drives  the  rear  wheels  of  the  chair 
by  a  V-belt  system.  The  belt  is  used  for  its  ability  to  absorb 
shock  and  to  function  as  a  clutch. 

Discussion 

A  common  practice  is  to  use  a  gear  box  utilizing  a  worm  and 
a  single  enveloping  gear.  This  allows  the  shaft  of  the  motor 
and  the  gear  box  output  shaft  to  be  at  right  angles  to  one 
another  which  places  the  motors  in  a  parallel  position  to  the 
side  framework.  A  worm  gear  can  also  be  designed  to  be  self 
locking,  an  added  safety  feature.  Although  as  a  space  saver  it 
Is  not  ii  highly  efficient  gearing  arrangement.  The  worm  is 
driven  by  the  motor  and  works  much  the  same  as  a  power 
screw  thread.  As  the  worm  turns  it  drives  the  gear  which  is 
partially  wrapped  eround  the  worm.  Because  of  the  sliding 
contact  between  the  worm  and  the  worm  gear  high  friction 
forces  occur  lowering  the  efficiency.  A  spur  gear  on  the  other 
hand  consists  of  a  small  pinion  and  a  larger  gear.  The  pinion 
is  driven  by  the  motor  and  transmits  power  to  the  gear.  Due 
to  involute  cutting  of  the  gear  teeth  their  is  rolling  friction  and 
much  less  sliding  friction  as  apposed  to  the  constant  sliding 
friction  in  the  worm  gear.  The  efficiency  is  therefore  higher 
in  the  spur  gear  arrangement  than  tha(  of  a  worm  gear 
systemfl].  If  the  spur  gear  were  to  be  used  it  would  not  allow 
the  chair  to  be  folded  for  storage  due  to  the  shafts  of  the 
pinion  and  the  driven  gear  being  in  a  parallel  line  with  one 
another.  This  is  an  important  drawback  for  spur  gearing  in 
wheelchair  design. 

Assuming  the  necessity  for  compactness  of  wheelchair  storage, 
another  alternative  is  possible.  The  efficiency  (ti)  in  a  worm 
Rciir  is  represented  by  the  equation: 


^     cos4i  -  |i  tanX 
eos4>  +  (1  cotX 

where  X  is  the  lead  angle  of  the  worm  thread,  <(>  is  th-, 
pressure  angle  normal  to  the  gear  teeth,  and  (i  irie 
coefficient  of  friction[2].  So  for  a  particular  worm  ^ear  the 
only  variable  which  can  be  controlled  is  the  coefficient  of 
friction.  The  most  common  form  of  lubrication  in  a 
production  gearbox  is  a  very  viscous  black  grease.  It  has  good 
properties  at  high  speeds  such  as  supporting  high  loads,  a 
fairly  low  coefficient  of  friction  and  rapid  heat  dissipation. 
However  at  the  relatively  low  speeds  that  a  wheelchair  will  be 
operated  the  thick  grease  causes  a  lot  of  drag  and  has  a  higher 
coefficient  of  friction  decreasing  efficiency.  Therefore  an 
alternative  form  of  lubrication  is  desirable. 

Two  substances  that  primarily  work  on  the  same  principal, 
possess  the  properties  of  very  low  coefficients  of  friction  and 
the  ability  to  be  used  at  low  speeds.  The  first,  a  lubricant 
known  as  polytetranuoroelhyene  (PTFE)  is  made  of  a  polymer 
composition.  It  consists  of  a  chain  of  ethylene  gas  in  which  all 
the  hydrogen  atoms  have  been  replaced  by  fluorine. 

F   F    F   F   F  F 
-  C-C-C-C-C-C- 
F   F     F   F   F  F 

Due  to  the  strong  covalent  boncis  of  the  carbon  atoms 
connecting  the  polymer  chain  and  the  weak  van  der  Waal 
forces  between  the  various  chains,  'sliding"  is  encountered  with 
minimal  shear  forces.  This  characteristic  results  in  a  very  k)w 
coefficient  of  friction  and  is  ideal  for  the  sliding  motion 
between  the  threads  of  the  worm  and  the  teeth  of  the 
enveloping  gear.  As  the  surf.Kcs  slide  past  each  other  the 
PTFE  chains  perform  as  microscopic  slides.  Small  amounts 
of  PTFE  contained  in  an  oil  resin  are  applied  only  to  the  teeth 
surfaces  eliminating  the  drag  that  is  experienced  by  the  total 
immersion  of  the  gears  in  the  grease  and  increasing  the 
efficiency.  The  second  lubricant  is  a  dry  film  molybdenum 
disulfide.  As  mentioned  this  works  in  a  similar  manner  to  the 
PTFE.  Each  layer  of  molybdenum  atoms  is  sandwiched 
between  two  layers  of  sulphur  atoms,  and  the  bonds  are  strong 
covalent  chemical  bonds.  The  adjacent  sulphur  atoms  possess 
weak  van  der  Waal  bonds  allowing  the  layers  to  pass  over  one 
another  easily,  again  with  only  minimal  shearing  forccs|3|. 
Although  easily  split  along  the  sulphur  molybdenum  disulfide 
interface  it  is  very  strong  in  the  perpendicular  direction 
contributing  to  a  long  wear  life.  The  dry  film  MoS,  is  applied 
to  the  worm  and  gear  by  dipping  them  into  a  liquid  slurry  and 
allowing  it  to  dry.  The  parts  are  then  baked  in  :in  o\cn  until 
hard. 

Mrihod 

The  power  was  measured  to  determine  the  diffcicnl  cfriciency 
ratings  for  these  different  gearing  possiliililics.  A  ilynanuimctcr 
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was  used  to  determine  the  input  power  delivered  to  the  system 
and  to  measure  the  power  that  was  put  out  by  the  system. 
The  efficiency  was  then  calculated  by  power  output  divided  by 
power  input.  Four  different  motors,  all  of  the  same  type  were 
tested  to  find  an  average  efficiency  rating.  The  one  that  best 
fit  the  average  was  then  used  as  a  constant  for  the  two 
different  gearbox  configurations  and  the  lubrication  variations. 
The  gear  boxes  were  connected  to  the  motor  one  at  a  time. 
The  system  was  then  tested  at  a  constant  load  while  the 
voltage  was  varied.  Changing  the  amount  of  voltage  is 
equivalent  to  the  varying  length  pulses  sent  out  by  the  Pulse 
Width  Modulator  simulating  the  amount  the  joy  stick  is 
deflected  to  increase  or  decrease  velocity.  One  characteristic 
of  a  DC  motor  is  that  the  speed  of  rotation  is  in  direct 
proportion  to  the  voltage  input.  For  each  input  voltage  and 
maintaining  a  constant  load  (input  amperage)  the  power  in 
and  power  out  can  be  recorded  and  at  the  same  time  the 
rotational  speed  can  be  used  to  calculate  the.whcelchair  speed. 
The  linear  velocity  of  the  chair  can  be  determined  from  the 
rotational  speed  of  the  gear  box  output  shaft  and  the 
measured  radii  of  the  two  pulleys  and  the  radius  of  the 
wheelchair  wheel  by  the  following  equation; 


2n 


(8  v)„ 


60 
1000 


where  0  i.'i  the  RPM  of  the  output  shaft,  u  the  radiu.'i  of  the 
pulley  connected  to  the  gearbox  output  shaft,  p  the  radius  ol 
the  rear  wheel  and  Y  the  radius  of  Ihc  pulley  on  the  rear 
wheel.  The  efficiencies  found  at  each  voltage  level  for  the 
motor  and  gearbox  in  series  were  then  divided  by  the 
efficiency  of  the  motor  by  itself  resulting  in  the  gearbox 
efficiency.  The  same  procedure  was  followed  using  a  spur  gear 
of  approximately  the  same  size  and  weight.  This  was  done  for 
both  the  manufacturers  grease  and  the  PTFE  lubricant.  The 
results  of  the  data  for  both  the  worm  gear  and  spur  gear  arc 
shown  in  Figure  1.  The  next  test  involved  using  the  baked  on 
MoSj  dry  film  lubricant.  This  was  done  for  the  worm  gear 
box  only  due  to  the  plastic  gearing  of  the  spur  gear  u.'icd  in  the 
testing.  The  worm  gear  was  again  connected  to  the  motor  and 
a  constant  load  applied  but  instead  of  varying  the  voltage  a 
constant  24  volts  was  maintained  lo  determine  the  wear 
potential  of  the  completely  dry  lubricant.  The  result  is  shown 
in  Figure  2. 

Experimental  Results 

As  Figure  1  illustrates,  the  spur  gear  does  have  an  average  of 
a  seventeen  percent  higher  efficiency  rating  than  the  worm 
gear.  Installation  of  spur  gears  of  the  same  size  and  weight  as 
the  worm  gears  would  increase  the  time  and  distance  possible 
by  each  recharge.  However,  as  mentioned  before,  using  the 
spur  gears  would  restrict  the  wheelchair's  storage  capabilities, 
due  lo  the  spur  gear's  characteristic  of  input  and  output  shafts 
being  parallel.  Also  shown  in  Figure  1  is  the  increase  in 
efficiency  of  the  PTFE  over  the  grease  in  both  the  spur  gear 
and  worm  gear.  Using  the  PTFE  in  the  worm  gear  would 
increase  the  efficiency  especially  at  the  lower  speeds.  The 
speeds,  consequently,  that  are  most  frequently  encountered  at 
which  turning  and  basic  maneuvering  occur. 
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Figure  2:  Enicieney  vs  Time 
Dry  Film  Lubricant 


The  curve  in  Figure  2  indicates  that  the  dry  MoSj  by  itself, 
although  initially  with  a  high  efficiency  rating  experiences  a 
steep  decline  resulting  from  the  removal  of  the  lubricant  due 
to  wear  and  high  temperature  build  up.  The  next  attempt  was 
to  try  and  apply  both  the  grease  and  the  PTFE,  alternatively, 
on  the  gears  that  have  had  the  dry  film  baked  on.  The  results 
as  shown  in  Figure  3  would  illustrate  that  in  both  cases  the 
efficiency  was  increased  when  the  oil  based  lubricants  were 
applied  in  addition  lo  the  baked  on  lubricant. 

Conclusion 

The  experimental  results  would  indicate  that  although  the 
baked  on  MoSj  is  not  a  good  lubricant  by  itself,  when  ii.sed  in 
addition  to  an  oil  based  lubricant  it  improves  the  overall 
efficiency.  Also  due  to  its  strength  in  the  direction  normal  lo 
its  planar  surfaces  it  may  increase  the  wear  life  of  the  gears. 
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Gearbox  Lubrication 


In  cither  case  the  PTFE  consistently  shows  an  improved 
efficiency  rating  over  that  of  the  manufacturers  typical  thick 
grease. 
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ABSTRACT 

People  who  are  unable  to  use  their  hands  can  benefit 
from  using  a  mouthstick  (orthodontic  prosthesis)  to 
perform  tasks  usually  done  by  the  hands.  People  with 
the  additional  limitation  of  little  or  no  anterior/poste- 
rior head  motion  may  benefit  from  an  extendable 
mouthstick.  Such  a  device  would  allow  an  individual 
to  access  objects  in  a  larger  region,  thus  allowing  an 
individual  to  participate  in  more  normal  daily  activi- 
ties such  as  operating  a  computer  or  switch.  The  ex- 
tendable mouthstick  prototype  described  incorporates 
a  pneumatically  bite-controlled  valve,  operating  a  pis- 
ton and  cylinder  arrangement.  The  force  of  the  user's 
bite  controls  the  extension  of  the  mouthstick. 

BACKGROUND 

Mouthstick  prostheses  are  comprised  of  intraoral  and 
extraoral  parts.  The  intraoral  part  serves  as  the  inter- 
face between  person  and  prostheses.  Its  design  is  very 
important  in  helping  maintain  the  oral  health  of  the 
user.  The  extraoral  portion  consists  of  the  accessory 
tips  and  the  body  which  attaches  the  tips  to  the  in- 
traoral part.  Depending  upon  the  type  of  mouthstick, 
the  design  of  the  two  parts  may  be  dependent  upon 
one  another.  Physiological  design  considerations  and 
material  considerations  for  the  intraoral  portion  can 
be  found  in  the  literature  [e.g.,  1-7].  Thus  far,  our  re- 
search has  been  confined  to  the  extraoral  portion, 
while  continuing  to  consider  the  intraoral  components 
in  the  design  criteria,  to  insure  that  the  two  jiarts  are 
compatible  when  the  design  is  complete.  The  design 
of  the  intraoral  part  does  not  meet  these  physiological 
guidelines  in  this  prototype. 

Currently,  we  know  of  four  types  of  extendable 
mouthsticks  that  have  been  developed.  One 
incorporates  a  rack  and  pinion  arrangement  which  is 
activated  when  the  user  protrudes  or  rctrudes  his  jaw 
[1].  This  allows  for  an  extension  of  only  1.5 
centimeters.  A  second  mouthstick  is  of  the  piston  and 
cylinder  variety.  It  is  extended  and  retracted  by  the 
user  puffing  and  sipping.  The  friction  between  the 
piston  and  cylinder  is  relatively  high,  thus  making  it 
difficult  even  for  a  person  with  normal  respiratory 
function  to  operate,  much  less  a  person  with 
respiratory  problems.  A  third  type  of  extendable 
mouthstick  is  extended  by  the  user  "hooking"  a  clamp 
fixed  on  the  extendable  shaft  onto  an  environmental 


object,  and  then  pulling  [2].  Friction  is  present 
between  the  telescoping  tubes,  thus  the  desired 
position  of  the  mouthstick  is  maintained.  This  design 
is  lacking  for  two  reasons.  First,  not  all  user's  have  the 
required  mobility  to  operate  the  mouthstick  and 
second,  the  time  that  it  takes  to  change  the  length  of 
the  mouthstick  is  long.  Lastly,  a  tongue  activated, 
electric  motor  driven  extendable  mouthstick  has  been 
developed  by  Cloran  [3]. 

METHODS 

We  have  pursued  an  extendable  mouthstick  powered 
pneumatically  for  the  following  reasons.  1.  If  operat- 
ing pressures  are  maintained  at  appropriate  levels, 
pneumatics  offer  a  very  safe  power  source.  2.  A  wide 
range  of  mouthstick  forces  are  available  by  simply 
changing  the  operating  pressure.  3.  The  time  response 
of  the  prosthesis  is  variable,  simply  by  adjusting  the 
gases'  flow  rate.  4.  The  gas  we  have  been  using  is  air, 
which  is  easily  available.  5.  The  actuators  (AIR- 
POT®'  cylinders)  are  low  cost,  light  weight,  and  of- 
fer a  wide  range  of  extension  lengths. 

DESIGN  DESCRIPTION: 

Gas  is  used  to  displace  a  piston  contained  in  a  cylin- 
der. A  three  way  valve  is  incorporated  such  that  when 
a  person  bites,  the  mouthstick  extends;  when  the  indi- 
vidual decreases  his/her  bite  force,  the  stick  retracts. 
The  retraction  is  caused  by  a  spring.  The  main  feature 
of  the  design  is  using  a  three  way  valve  to  control  gas 
flow  to  and  from  a  pneumatic  cylinder.  The  pneumat- 
ic cylinder  is  manufactured  by  AIRPOT®  and  is  com- 
mercially available.  The  AIRPOT®  cylinder  is  criti- 
cal to  the  design  for  the  following  reasons. 

1 .  )  The  tolerances  between  the  piston  and  cylinder  are 
very  high,  thus  allowing  minimal  gas  leakage  when 
the  piston  is  being  displaced  (mouthstick  extending). 

2.  )  The  two  major  components  of  the  AIRPOT®  are  a 
cylinder  made  from  pyrex®  and  a  carbon  piston.  A 
very  low  frictional  force  is  present  between  the  carbon 
piston  and  the  pyrex®  cylinder,  thus  the  operating 
pressure  of  the  gas  can  be  low  (5  psi).  Low  operating 
pressures  are  advantageous  because  it  results  in 
minimal  gas  leakage  and  it  allows  for  a  safer 

'  Airpot  Corp.,  27  Lois  St..  Norwalk.  CT,  06851 
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operating  environment.  The  AIRPOT®  comes  with  a 
rubber  outer  sleeve  to  protect  the  pyrexCEi  glass. 

The  three  way  valve  is  activated  by  the  user's  bite 
force.  By  changing  the  applied  biting  forces,  the  valve 
acts  in  such  a  way  as  to  squeeze  gas  carrying  tubes 
closed  or  allows  them  to  open.  A  schematic  of  the 
valving  unit  is  shown  in  Figure  1.  When  the  unit  is 
first  placed  in  the  mouth,  it  is  situated  as  in  Figure  2 
(call  this  position  #1).  The  rubber  band  supplies  a 
compressive  force  between  members  2  and  3.  The 
area  of  contact  between  these  members  is  at  the  point 
where  the  screw  through  member  3  makes  contact 
with  the  tube  passing  through  member  2,  thus  causing 
the  tube  (tube  #10)  to  be  compressed  shut.  This  tube 
connects  the  gas  supply  to  the  AIRPOT®  cylinder. 
The  tube  (tube  #1 1)  venting  the  AIRPOT®  cylinder  to 
the  atmosphere  is  still  open.  This  tube  becomes 
squeezed  closed  when  the  user  applies  enough  bite 
force  for  the  screw  contained  in  member  1  to 
compress  tube  #11  (position  #2).  When  the  user 
applies  enough  bite  force  to  overcome  the  force 
supplied  by  the  rubber  band,  member  3  pivots,  thus 
allowing  tube  #10  to  open  (position  #3).  Now,  gas 
flows  in  to  the  AIRPOT®  cylinder  from  the  gas 
supply  and  thus  causes  the  mouthstick  to  extend.  To 
retract  the  mouthstick,  the  user  decreases  his^er 
biting  force  to  obtain  position  #1 .  Now  the  gas  <;upply 
is  cut  off  and  a  compression  spring  located  in  the 
cylinder  acts  on  the  piston,  thus  retracting  the 
mouthstick.  Any  intermediate  mouthstick  position 
can  be  obtained  by  the  user  toggling  between 
positions  #1  and  #3  and  then  going  to  position  #2 
which  will  retain  the  current  position.  A  valving 
system  schematic  is  given  in  Figure  3.  The  valving 
unit  was  placed  outside  the  mouth  for  safety 
considerations. 


2.  Member  #2 

3.  Member  #3 

4.  Rubber  Band 

5.  Set  Screw  (rounded  end) 

6.  Screw  (rounded  end) 

7.  Hole  for  Exhaust  Tube 

8.  Hole  for  Inlet  Tube 

9.  AIRPOT®  Cylinder 

FIGURE  1 

Schematic  of  the  Bite  Operated  Valve  or  the 
Kxtendable  Mouthstick  Prototype 


1 0.  Tube  from  Air  Supply  to  AIRPOT®  (through  hole  8) 

1 1.  Tube  from  AIRPOT®  to  Atmosphere  (through  hole  7) 
FIGURE  2  -  Schematic  of  Operational  Mouthstick 


ATM.  VOL 


ATH:  Atmosphere 
A.P.C.:  Air  Pot  Cylinder 
VOL:  Air  Supply  Tank 

FIGURE  3  -ANSI  Schematic  of  Valving  System 
RESULTS 

We  have  a  working  prototype  along  with  a  portable 
air  supply  that  we  have  been  testing.  We  plan  on  test- 
ing the  mouthstick  in  a  clinical  setting  in  the  near  fu- 
ture. During  and  after  testing  we  will  look  at  the  de- 
vice's functional  short  comings  and  make  the  appro- 
priate adjustments.  Also,  we  will  try  to  determine  the 
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social  acceptability  of  the  device  under  its  present  de- 
sign and  looks.  We  realize  that  the.  device  certainly 
should  be  made  smaller,  better  packaged,  and  more 
aesthetically  pleasing  to  better  serve  the  user. 

DISCUSSION 

The  design  meets  a  criteria  known  as  Extended 
Physiological  Proprioception  (EPP)  in  rehabilitation 
engineering/robotics.  This  means  that  the  user  has 
force  feedback  when  using  the  device  and  there  is  a 
direct  correlation  between  bite  force  and  the  length  of 
the  mouthstick.  A  prosthesis  having  this  feature  is 
more  natural  to  use. 

As  mentioned  previously,  we  have  been  focusing  on 
the  design  of  the  body  of  the  mouthstick  and  not  the 
intraoral  portion  nor  the  accessory  tips.  After  the 
extendable  portion  is  deemed  satisfactory,  we  hope  to 
investigate  the  design  of  the  intraoral  portion  so  it  is 
physiologically  compatible  with  the  mouth  and 
dentition.  Such  considerations  include  not  having 
forces  upon  erupting  teeth,  making  sure  the 
mouthpiece  contacts  all  fully  erupted  teeth,  having  the 
prosthesis  stabilized  by  opposing  dentitions  when  the 
jaw  is  very  near  its  physiologic  rest  position,  making 
sure  the  material  used  has  various  properties,  making 
the  design  such  that  the  user  can  talk,  swallow,  and 
wet  his  lips  when  the  mouthpiece  is  in  place,  etc.  For 
a  more  extensive  discussion  and  a  complete  list  of 
guidelines  for  mouthstick  design  see  references  3-5. 

Work  has  been  done  by  Cloran,  Kozole  et  al,  Lutwak 
[i.e.,  2,3,6]  and  others  on  accessory  tips  that  the  user 
can  change  independently.  The  accessory  tips  are 
usually  placed  together  in  a  docking  station  where  the 
user  can  place  the  mouthstick  when  not  in  use.  The 
coupling  of  the  accessory  tip  with  mouthstick  end  is 
usually  caused  either  through  friction  or  magnetism. 
Such  accessory  tips  may  include  a  rubber  ended  tip, 
hook,  paintbrush,  pencil/pen  holder,  eraser,  etc.  This 
idea  of  a  docking  station  arrangement  will  eventually 
be  incorporated  into  our  system  in  order  to  make  it 
more  complete.  Our  goal  is  to  make  an  attractive, 
socially  acceptable  (meaning  deemed  usable  by  the 
user),  and  safe  pneumatic  powered  extendable 
mouthstick  with  a  variety  of  accessory  ends  which  the 
user  can  change  independently  along  with  a  docking 
station  v.here  the  user  can  independently  place  the 
mouthstick  when  not  in  use. 

One  design  issue  which  has  not  been  established,  is 
that  of  the  gas  supply.  Possibilities  include  regulating 
air  from  a  small  tank  filled  with  compressed  air  (this 
is  the  set  up  used  for  the  prototype),  using  a  small  air 
compressor  with  tank,  or  using  carbon  dioxide 
containers  with  an  air  pressure  regulator.  Th:  ideal 
gas  supply  would  be  a  small  and  quiet  pump  capable 
of  delivering .')  -  30  psi  output  pressure;  however  other 


sources  may  be  more  appropriate. 

Finally,  before  the  device  can  be  considered  for 
commercial  production,  we  need  better  estimates  of 
user  acceptance,  production  costs,  and  market  size. 
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ABSTRACT 

The  safety  of  electromechanical  systems  used  in 
rehabilitation  depends  not  only  on  the  quality  of  the 
device,  but  also  on  the  quality  and  degree  of 
integration  of  the  user  interface.  In  the  small,  young 
and  underfunded  field  of  rehabilitative  robotics,  the 
complexity  of  the  systems  has  forced  pioneers  to 
concentrate  on  partial  solutions.  Casualties  include 
interface  design,  interface  integration,  and  a  system- 
oriented  design  approach.  Safety,  if  viewed  as  the 
system's  resistance  to  harming  the  operator  as  well 
as  the  environment  and  the  robot,  is  the  quality 
globally  sacrificed. 

BACKGROUND 

The  design  of  equipment  for  rehabilitation  is 
constrained  largely  by  cost.  The  lack  of  resources 
available  for  the  design  of  any  one  device  is  not  due 
to  overall  market  size  (which  is  large),  but  rather  to 
the  highly  individualized  nature  of  the  disabled 
population.  Resources,  therefore,  are  spread  over  a 
large  variety  of  solutions,  making  each  individual 
market  small. 

The  result  of  this  fragmentation  is  that  most 
rehabilitation  industries  can  not  mature  properly. 
The  exceptions  are  those  rehabilitation  niches  which 
do  have  a  large  market,  such  as  wheelchairs,  and 
those  which  rely  predominantly  on  industrial  or 
consumer-grade  components  or  equipment,  such  as 
environmental  control  units  and  some  software 
programs.  For  these  areas,  open-market  forces, 
standards  and  regulations  benefit  the  rehabilitation 
area  by  ensuring  quality.  For  smaller  domains,  such 
as  adaptive  access  devices  for  computers, 
augmentative  communication  aids  and  rehabilitative 
robotics,  evolution  is  slow  due  to  the  lack  of 
resources,  which  limits  design  iteration  and 
perfection.  Along  with  the  small  markets,  the  lack  of 
available  investment  capital  conspires  to  keep 
component  and  product  quality  lower  than  for 


consumer  products  comparable  in  complexity. 
Casualties  of  this  generic  problem  arc  product 
reliability,  performance,  and  safety. 

PROBLEM  STATEMENT 

Safety  is  a  multi-faceted  design  consideration.  It 
must  explicitly  influence  all  aspects  of  any  device: 
the  electronics,  geometry,  materials,  cabling, 
software,  and  user  interface.  In  rehabilitation,  such  a 
systems  approach  is  crucial  due  to  potential  life- 
threatening  consequences  of  system  failure  and 
malfunction.  The  more  complex  the  system,  the 
more  important  it  is  to  design  in  the  safety  features. 
Cost  constraints,  however,  tempt  designers  to  be 
content  with  a  minimally  functional  and  thereby 
unsafe  system.  For  rehabilitative  robots,  Asimov's 
three  laws  of  robotics  [  1  ]  provide  a  high-level 
checklist  for  designers  to  follow. 

The  cost  of  industrial  robots  (which  start  at 
US$50,(XX))  is  considered  prohibitive  by  much  of 
the  rehabilitative  robotics  community.  Certain  R&D 
groups  have  developed  their  own  robots  to  undercut 
the  prices  of  industrial  robots  while  delivering 
appropriate  levels  of  quality  and  performance  (see  [2] 
for  an  overview).  Development  times  have  been 
long,  costs  have  drifted  into  the  industrial  robot 
range,  and  some  systems  have  failed  due  to  the  low 
level  of  perfonnance  for  the  cost.  The  design 
approach  and  the  level  of  attention  to  safety  vary 
from  system  to  system.  The  field  of  rehabilitative 
robotics  is  still  looking  for  a  definitive  solution. 

Another  approach  by  research  groups  has  been  to  re- 
engineer  and  enhance  existing  robot  systems, 
benefiting  from  existing  technology  while 
concentrating  development  effort  where  the 
application  mandates.  For  example,  the  MASTER 
Project  uses  a  re-engineered  and  enhanced  RTX 
robot  12]  and  the  VA-Stanford  robot  DcVAR  uses  a 
modified  PUMA-260  robot  with  the  user  interface  on 
a  separate  computer  13|.  The  PUMA  is  the  most 
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expensive  industrial  robot  of  the  three,  and 
predictably  the  most  robust  as  well. 

Which  of  these  systems  embodies  sufficient  levels  of 
attention  to  safety  to  be  used  in  the  rehabilitation 
domain?  Are  industrial  standards  enough?  Are  they 
too  stringent?  Are  they  appropriate  in  scope  for  non- 
industrial  applications? 

APPROACH 

In  industrial  robotics,  the  approach  to  safely  has  been 
to  cordon  off  a  robot  workcell  from  people,  and  to 
shut  down  a  robot  in  case  of  intrusion.  Accidents 
have  occurred  when  security  systems  are 
intentionally  thwarted,  or  during  robot 
reprogramming,  when  technicians  arc  allowed  inside 
the  robot's  workspace.  The  user  interface  of  these 
robots  should  be  blamed  for  the  accidents,  not  the 
arm  itself,  since  the  interface  did  not  have  provisions 
for  all  operating  circumstances  that  could  have  been 
anticipated,  including  minor  fault  correction  and 
reprogramming.  Viewed  in  this  way,  the  designer 
violated  Asimov's  Laws. 

Sheridan  and  FerrcU  argue  that  a  'man-machine 
system'  such  as  a  robot  includes  the  user  as  pan  of 
the  system  |4|.  The  interface  can  better  integrate  all 
operating  modes,  therefore,  if  they  are  considered 
beforehand  as  part  of  a  whole.  Suchman  points  out 
that  humans  tend  to  view  systems  that  exhibit  ceriain 
human  characteristics  (e.g.,  following  rules, 
answering  requests)  as  exhibiting  human  behavior  in 
all  situations  15 1.  Such  extrapolation  may  cau.se  a 
robot  system  to  be  perceived  as  safe  while  in  fact  it 
can  be  dangerous  if  used  in  ways  not  anticipated  or 
constrained  by  the  designer.  It  is  thus  incumbent  on 
the  designer  to  make  the  user  interface  itself  convey 
the  limits  as  well  as  the  capabilities  of  the  robot. 

The  concepts  of  a  tool  (such  as  a  human-service 
robot)  being  'ready-to-h;ind'  and  'present-at-hand' 
|6|  are  useful  when  discussing  inteiniptions  in 
normal  use  (breakdowns).  A  tool  in  use  is  'rcady-to- 
hand'  since  it  is  taken  for  granted  (ready)  to  let  the 
user  perform  a  task.  In  a  breakdown,  its  presence 
comes  to  the  fore.  The  use  of  the  tcwl  now  becomes 
the  task,  since  the  tool  needs  fixing  or  adjusting.  A 
successful  interface  will  give  the  user  access  to 
information  necessary  for  diagnosis  and  repair, 
perhaps  by  nuxiifying  the  interface  itself  If  such 


provisions  do  not  exist,  then  safety  is  compromised, 
since  the  user  has  no  recourse  to  proceed  with  the 
original  task. 

In  complex  industrial  process  systems,  such  as 
power  plants,  the  user  interface  can  impede  correct 
diagnosis  |7|.  Tne  information  available  in  the 
control  room  may  give  a  true  but  too  complex  image 
of  the  system  (e.g.,  one  hundred  pressure  and 
temperature  gauges).  The  presented  information 
must  be  consistent  with  the  plant's  process  goals,  not 
with  the  process  elements  [8].  Real-time  diagrams 
showing  conservation  of  energy  and  mass  make  it 
easy  to  locate  hot  spots  and  leaks  through 
discontinuities  in  the  display.  An  operator  can  then 
use  the  plant's  valves  and  bypasses  to  correct  the 
overall  problem. 

A  systems  approach  is  crucial  to  proper  design,  and 
must  include  the  interface  and  user  Furthermore, 
the  interface  must  concern  itself  predominandy  with 
the  tasks  the  user  wishes  to  perform,  not  the 
atu-ibutes  of  the  device  itself  If  an  interface  contains 
provisions  for  breakdown-management,  then  safety 
concerns  are  more  likely  to  be  folded  into  the  context 
of  normal  operation,  not  viewed  as  an  aberration. 

IMPLICATIONS 

The  designer  of  a  human-service  robot  has  to  spend 
as  much  effon  in  making  the  hardware  robust  as 
making  the  interface  complete.  The  following  points 
address  the  problem  from  different  angles: 

•  Safety  has  to  be  viewed  not  only  in  terms  of  the 
u-aditional  'mean  time  between  failures'  (MTBF) 
but  also  in  mean-time  between  breakdowns  (as 
defined  above).  During  a  breakdown,  the  robot, 
not  the  task  at  hand,  becomes  the  object  of  the 
operator's  attention.  Mechanisms  should  exist  to 
correct,  bypass,  reverse,  or  eliminate  the  fault 
condition.  These  should  be  built  into  the  interface 
as  well  as  designed  into  the  hardware,  and  should 
include  redundant  communication  channels,  call 
buttons  for  outside  assistance,  and  debug  modes 
to  diagnose  the  specifics  of  the  fault. 

•  The  interface  designer  must  anticipate  the  most 
common  faults  (e.g.,  the  robot  collides  with  an 
object)  to  allow  the  operator  to  deal  with  them 
gracefully.  As  a  corolhiry,  the  high-level  software 
(task  execution)  must  let  the  operator  interact  with 


RESNA  lntcrnationar92  •  June  6-11,  1992 

338 


323 


Safety  and  Robots 


the  next  lower  level  of  software  (motion- 
commands),  as  well  as  the  lowest  level  (real-time 
control).  Such  layer-to-layer  shifting  is  essential 
for  debugging  and  breakdown  management. 

•  The  designer  has  to  assume  that  the  robot  will  be 
used  for  tasks  that  are  unfathomable  at  the  time  of 
design.  Winograd  asserts:  "The  most  successful 
designs  are  not  those  that  try  to  fully  model  the 
domain  in  which  they  operate,  but  those  that  are 
'in  alignment'  with  the  fundamental  structure  of 
the  domain  [9]."  For  example,  if  a  robot  will  be 
dealing  with  cups  of  fluid,  the  gripper  must  at 
least  be  splash-resistant,  even  if  the  'Drink' 
program  does  not  involve  pouring. 

•  Safety  must  permeate  all  aspects  of  the  hardware 
and  software  design.  A  hardware  defect  should 
not  be  corrected  by  a  software  fix.  If  the  gripper 
of  a  human-service  robot  has  sharp  edges,  then  it 
is  not  appropriate  to  program  the  robot  to  stay  far 
from  its  user.  Such  a  design  decision  invites 
abuse  and  a  corresponding  reduction  in  safety. 

DISCUSSION 

Given  the  embryonic  nature  of  rehabilitative  robotics, 
safety  has  taken  a  back  seat  to  functionality,  features, 
and  the  proof  of  system  feasibility.  Even 
discussions  of  system  design  have  rarely  included 
safety  considerations  [10].  In  the  automotive 
industry,  advertising  has  not  always  focused  on 
safety  concerns,  supposedly  out  of  fear  that  potential 
consumers  would  be  turned  away  by  mere  mention 
of  the  topic.  It  is  only  recently  that  vehicles  contain 
substantial  safety  provisions  (through  regulation, 
mostly)  and  that  the  topic  of  safety  is  actually  a  major 
selling  point  for  new  cars.  Is  a  similar  effect 
occurring  in  rehabilitative  robotics? 

Telerobotics,  of  which  rehabilitative  robotics  is  a 
subclass,  distinguishes  supervisory  control  from 
direct  (master-slave)  control.  In  the  former,  the  goal 
is  the  fidelity  of  the  task  description  and  execution;  in 
the  latter,  fidelity  of  the  sensorimotor  aspect.s  of 
remote  operation.  Each  mode  has  distinct  advantages 
and  is  appropriate  in  different  situations.  The  degree 
of  autonomy  of  the  device  to  respond  to  local 
conditions  is  another  important  factor.  A  design  may 
include  reflex  or  control  loops  that  do  not  include  and 
may  be  hidden  fnini  the  operator.  In  rehabilitative 


applications,  safe  operation  means  matching  the  user 
with  a  suitable  control  mode  and  with  the  appropriate 
level  of  local  autonomy.  Important  factors  in  making 
design  choices  are  the  user's  level  of  physical  ability, 
control  of  body  motions,  and  cognitive  ability. 
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Abstract 

This  paper  describes  ongoing  n'ork  in  the  area  of  re- 
habilitation robotics  interface  design.  Some  issues 
addressed  that  are  considered  important  in  improving 
man/robot  interaction  are,  proprioceptive  feedback, 
constrained  and  unconstrained  force  reflection,  bilat- 
eral (power  and  information  transfer)  control.  A  sin- 
gle degree  of  freedom  shoulder  input  device  that  mea- 
sures and  conveys  force  and  position  information  has 
been  constructed  and  connected  to  a  de.'Sktop  robot 
prototype  that  has  force  and  position  sensing  capabil- 
ities. It  is  hoped  that  by  improving  the  control  system 
in  contact  and  non-contact  manipulation  the  inteiface 
can  be  made  more  natural,  thereby  making  a  rehabil- 
itation robot  more  effective. 

Background 

Of  primary  concem  in  rehabilitation  robotics  is  the  re- 
lationship between  an  operator  who  has  physical  lim- 
itations, the  robot,  and  the  environment.  Just  like  its 
natural  counterpart,  a  robotic  arm,  in  order  to  perform 
a  wide  anay  of  tasks,  needs  to  have  a  teleoperation 
mode.  This  places  control  of  the  arm  with  the  human 
user  at  a  lower  level.  The  resulting  increase  in  control, 
however  is  gained  at  the  expense  of  mental  effort  put 
forth  by  the  user.  Given  that  it  is  desirable  to  utilize 
human  control  capability,  this  paper  addresses  specif- 
ic issues  that  help  to  reduce  the  concentration  required 
of  the  disabled  user  who  operates  a  6  D.O.F.  robotic 
device. 

Rehabilitation  robots  being  used  today  in  laboratories 
and  clinics  are  slow  in  performing  relatively  simple 
non-programmed  tasks  such  as  picking  and  placing  a 
peg  in  a  hole,  or  drinking.  Part  of  the  problem  is  not 
having  enough  inputs  to  control  multiple  degrees  of 
freedom,  consequently  having  to  switch  modes.  The 
other  area  of  concern  is  reliance  on  visual  and  inci- 
dental feedback  alone. 

Considerable  work  has  been  done  in  the  area  of  pros- 
thetic arms  to  improve  the  interface  between  the  wear- 
er and  the  arm.  Simpson  |l]  developed  the  idea  of 
extended  physiological  proprioception  (EPP)  where- 
by the  person  has  a  direct  'feel'  for  what  the  ann  is  do- 
ing, through  the  interface.  An  EPP  controller  was 
designed  12,3]  and  was  shown  to  be  an  improvement 
over  velocity  controlled  electromygraphic  prosthetic 
arms,  however,  control  is  at  the  joint  level  which  lim- 


its the  number  of  degrees  of  freedom  that  can  be  suc- 
cessfully controlled.  Furthennore  true  EPP  in  the 
sense  of  an  'unbeatable'  '  system  was  absent.  Abul- 
Haj  and  Hogan  [4]  used  impedance  control  to  illus- 
trate the  importance  of  controller  architecture  in  en- 
hancing an  amputee's  functional  capability.  The  ideas 
of  EPP  and  impedance  control  have  similarities  in  that 
both  stress  the  use  of  natural  control  modes  in  the  de- 
sign of  interface  devices. 

Kazerooni  [5]  stressed  the  bilateral  exchange  of  both 
information  and  power  signals  between  the  user  and 
manipulator,  whereby  human  power  is  amplified  by 
an  external  source  while  control  remains  with  the  hu- 
man. The  bilateral  control  problem  increases  in  com- 
plexity when  the  user  is  disabled,  with  a  limited 
number  of  input  signals.  Force  reflective  manual  input 
devices,  such  as  those  at  JPL  16]  have  been  developed 
but  none  have  looked  at  alternate  control  sites  such  as 
the  shoulder  or  head. 

Problem  Statement 

TTie  aiin  is  to  design  an  'unbeatable'  servomechanism 
[7 1  that  links  multiple  degrees  of  freedom  of  a  robot  to 
limited  number  of  human  inputs  in  a  way  that  pro- 
vides the  human  with  proprioception  that  would  inake 
the  robot  act  as  an  extension  of  the  user.  This  would 
involve  unconstrained  manipulation  as  well  contact 
tasks. 

For  C4,  C5  level  quadriplegics  intact  shoulder  func- 
tion provides  a  command  source  [8]  for  a  manipulator 
that  is  intuitive  and  lends  itself  readily  to  EPP  princi- 
ples. The  goals  of  the  work  are  twofold,  a)  to  design 
an  effective  2  D.O.F.  shoulder  input  device  that  con- 
trols both  force  and  position  of  a  robot,  b)  to  research 
and  develop  control  strategies  for  manipulation  that 
explore  issues  related  to  EPP  and  impedance  control 
in  unconstrained  and  constrained  manipulation,  with  a 
handicapped  user  in  the  loop. 

Approach 

A  single  degree  of  freedom  shoulder  input  device 
(master)  has  been  constructed.  This  controls  a  1 
D.O.F.  manipulator  (slave)  capable  of  transmitting 
force  (torque)  and  position  (velocity)^.  The  following 


1.  Thelerm  'unbeatable'  describes  an  inllexiblc  link  be- 
tween input  and  output,  where  the  input  ciiniiot  over- 
slioot  the  output  .-md  vice  versii. 

2.  By  starling  with  a  1  D.O.F.  system,  problems  associ- 
ated with  crosstalV  and  coordination  can  be  avoidcil. 
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FIGURE  1.  A  general  diagram  showing  bilateral  exchange  of  power  and  information 
signals  between  the  shoulder  link  and  the  robot 


control  schemes  have  thus  far  been  implemented, 

a)  Slave  velocity,  controlled  by  master  position 

b)  Slave  position,  controlled  by  master  position 

c)  Slave  velocity,  controlled  by  master  force 

d)  Bilateral  control  of  both  force  and  position  be- 
tween master  and  slave  (fig.  I ) 

The  different  control  .schemes  will  be  used  in  a  2 
D.O.F.  system  and  assessed  based  on  criteria  such  as, 
time  to  complete  task,  forces  exerted,  ease  of  control, 
mental  effort,  and  quality  of  execution. 
Dj'fim 

The  shoulder  link  consists  of  a  molded  harness  that  is 
padded  and  attached  to  the  shoulder  by  velcro  straps 
under  the  armpit  and  around  the  torso  (fig  2).  The  end 
of  the  shoulder  link  is  attached  to  the  harness  through 
a  ball  and  socket  joint.  A  full  bridge  strain  gage  trans- 
ducer is  mounted  at  the  tip  of  the  link  and  measures 
shoulder  protraction-retraction  force.  The  linear 
shoulder  motion  is  then  transformed  to  rotary  motion 
through  a  universal  joint.  The  center  of  rotation  is  a 
shaft  that  sits  inside  a  magnetic  particle  brake,  capable 
of  applying  a  braking  force  to  the  shoulder.  The  angu- 
lar displacement  of  the  sh.ift  is  measured  by  a  potenti- 
ometer. The  entire  master  link  is  attached  to  an 
adjustable  wooden  chair. 

The  master  link  is  connected,  via  a  PC,  to  a  1  D.O.F. 
robot  that  sits  atop  a  table  in  front  of  the  user.  The  ro- 
bot is  driven  by  a  DC  motor  and  rotiu-y  motion  is  trans- 
formed to  linear  motion  by  a  rack  and  pinion.  A  full 
bridge  strain  gage  transducer  at  the  link  tip  monitors 
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environmental  force. 

The  hardware  controlling  the  system  consists  of  a  12 
bit,  X  channel  A/D  card;  the  slave  link  control  card, 
which  uses  pulse  width  modulation  and  performs  PID 
motor  control  where  position  feedback  is  from  a  digi- 
tal encoder.  The  magnetic  brake  is  also  activated  by 
PWM,  in  accordance  with  the  software  control 
scheme  used. 

The  single  degree  of  freedom  system  will  be  extended 
to  two  D.O.F,  The  shoulder  link  will  be  a  pantograph 
type  which  would  allow  the  actuators  to  be  placed  at 
the  base. 

Implications 

Extended  physiological  proprioception  implies  there 
is  a  mechanical  link  between  input  signal  and  re- 
sponse, whereby  the  two  are  coupled  in  terms  of  forc- 
es, positions,  velocities  and  accelerations.  In  a 
prosthetic  arm  this  coupling  can  be  realized  via  a 
Bowden  cable,  however  a  robot,  besides  being  remote 
has  more  degrees  of  freedom  which  make  mechanical 
linkages  impractical.  This  work  attempts  to  artificial- 
ly create  conditions  of  mechanical  coupling  that  pro- 
vide 'feel'  for  what  the  ami  is  doing.  This 
proprioceptive  sense  is  important  in  performing  con- 
tact tasks  such  as  writing  on  a  table  which  recjuires 
more  force  control,  or  moving  the  hand  in  space 
which  has  more  of  a  position  (or  velocity)  control 
component.  It  is  unlikely  that  in  either  case  it  is  exclu- 
sively a  force  control  or  position  control  problem, 
rather  a  combination  of  the  two. 
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FIGURE  2    Diagram  of  completed  single 
degree  of  freedom  masier/slave 
system.  Control  is  from  PC" 


Discussion 

Preliminary  tests  conducted  on  able-bodied  subjects 
indicate  preference  of  position  control  over  velocity 
control  which  is  in  line  with  established  principles  of 
EPF  [31.  The  drawback  of  using  position  control  at  the 
shoulder  is  the  relatively  small  range  of  acromal 
movement.  This  translates  to  limited  movement  in 
cartesian  space  of  the  robot,  although  control  of  gain 
can  be  made  accessible  to  the  user  thereby  yielding 
greater  movement.  Bilateral  force/position  control  is 
thought  to  convey  increased  kinesthetic  feedback  to 
the  user.  This  contro  scheme  is  presently  being  im- 
plemented on  the  exi  iting  system. 
The  actuators  for  the  master  link  presently  use  mag- 
netic particle  brakes  which  have  a  fast  response  time 
and  are  safer  since  they  only  apply  a  damping  force. 
In  order  to  realize  full  EPF  at  the  shoulder,  however, 
it  might  be  necessary  to  use  active  elements  such  as 
electric  motors  to  provide  complete  dynamics  to  the 


In  order  to  make  a  rehabilitation  robot  more  effective 
and  acceptable  the  man/machine  interface  has  to  be- 
come more  'natural".  This  can  be  done  by  providing 
the  user  with  a  sensation  of  forces  and  resulting  mo- 
tions at  the  robot  end.  One  way  of  accomplishing  this 
is  through  EPF,  which  attempts  to  establish  a  physical 
link  between  the  two. 
Acknowledgment 

Funding  for  this  research  was  provided  by  the  Nem- 
ours Foundation. 

References 

[1|  Simpson,  D.C.,  Lamb,  D.W.,"A  System  of  Pow- 
ered Prostheses  For  Severe  Bilateral  Upper  Limb  Def- 
ficiency,"  J.  of  Bone  andJoint  Surg.,  Vol.  47B,  No.  3, 
pp  442-447, 1965 

|2|  Doubler,  J. A.,  Childress,  D.S.,"Design  and  Evalu- 
ation of  a  Prosthesis  Control  System  Based  on  the 
Concept  of  Extended  Physiological  Proprioception," 
.l.ofRehah.Rey  and  Dev.,  Vol.  21,  No.  1,  1984 

|3|  Doubler,  J. A.,  Childress,  n.S.,"  An  Analysis  of  Ex- 
tended Physiological  Proprioception  as  a  Prosthesis- 
Control  Technique,"  J.  of  Rehab.  Res.  &  Dev.,  Vol. 
21,  No.  l,pp5-lX,  19X4 

(41  Abul-Haj,  C.J.,  Hogan,  N., "Functional  Assess- 
ment of  Control  Systems  for  Cybernetic  Elbow  Pros- 
theses-Part  II:  Application  of  the  Technique,"  IEEE 
Trans,  on  Burned.  Eng..  Vol.  37.  No.  1 1, 1990 
(.51  Kazerooni,  H.,  Mahoney,  S.L.,"Dynamics  and 
Control  of  Robotic  Systems  Worn  by  Humans," 
ASMEJ.  ofDyn.Sys.  Meas,  ana  Control.  Vol.  1 13,  pp 
.379-3X7.  1991 

(61  Bejt:y,  A.K.,  Salisbury,  J. K., "Kinesthetic  Cou- 
plinu  Between  Operator  and  Remote  Manipulator," 
Adv.  in  Comp.  Tech.-I98().  1,  pp  197-21 1,  1980 

|7|  Heckuthorne,  C.W.,  Strysik,  J.S.,  Grahn. 
E.C.,"Design  of  a  Modular  Extended  Physiological 
Proprioception  Controller  for  Clinical  Applications  in 
Prosthesis  Control,"  Proceedings  of  the  12th  ann.  RE- 
SNA  con/..  New  Orleans,  LA.,  19X9 
|X1  Johnson,  M.W..  Peckham,  P.H., "Evaluation  of 
Shoulder  Movement  as  a  Command  Control  Source," 
IEEE  Tran::.  on  Biomed.  Eng..  Vol.  37,  No.  9,  1990 

Tariq  Rahman 
Applied  Science  and  Engineering  Laboratories 
Alfred  1.  duPont  Institute 

P.O.  Box  269 
Wilmington,  DE  19X99 

(3()2)6.')I-6831 
r.ihman(5)ascl. udel.edu 


RESNA  International  ^  •  June  6-11,  1992 


327 


342 


18.4 

A  COMMAND  MONITORING  SYSTEM  FOR  THE  MANUS  ROBOTIC  ARM 
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Abstract: 

The  MANUS  robotic  arm  is  a  wheelchair 
mounted  manipulator  arm  designed  for  use  by 
persons  who  are  serverely  physically  disabled. 
These  users  typically  have  limited  control  or 
strength  of  their  arms  and  hands  necessary  to 
complete  tasks  of  daily  living. 

The  manipulator  allows  the  user  dir'-jt  end- 
point  control  of  arm  movement  hy  translating 
commands  for  position  translation  or  gripper 
orientation  in  terms  relevant  to  the  user.  In  this 
research  project,  the  robot  is  being  evaluated  in 
independent  living  ,  vocational  and  school 
environments.  A  computer  controller  signals, 
and  calculates  bounds  of  operation,  valid  zones 
and  positions  of  the  arm.  A  monitor 
specifically  developed  to  record  these 
commands  was  designed  and  implemented  to 
analyze  actions  performed  with  the  manipulator 
arm.  It's  features  and  capabilities  are 
described. 

Introduction: 

Objectives  of  the  MANUS  (1)  study  include: 

(1)  the  evaluation  of  the  usefulness  of  a 
manipulator  ann  for  an  individual  with 
restricted  hand  movement  and  who  uses  a 
powered  wheelchair; 

(2)  a  study  of  how  the  arm  is  used  by 
analyzing  specific  activities  of  daily  living 
such  as  eating,  pouring  a  drink  or  moving 
objects  (e.g.,  a  book,  opening  a  door,  etc.); 

(3)  identification  of  potential  enhancements  to 
the  operation  of  the  arm  pertaining  to: 

•  arm  design  (parameters  such  as 
resolution  of  movement) 


•  user  interface 

•  speed 

(4)  analysis  of  arm  utilization  for  the 
identification  of  common  control  sequences  that 
will  allow  the  implementation  of  a  degree  of 
task  control  in  addition  to  direct  control  of  the 
MANUS. 

To  perform  the  latter  analysis  required  specific 
information  detailing  the  commands  given  to  the 
arm.  A  video  recording  system  operated  by  a 
microcomputer  device  was  designed.  The  criteria 
for  such  a  monitoring  device  include: 

•  command  inputs  to  the  arm  sampled  every 
40mS  minimum  while  the  arm  is  being 
operated; 

•  events  captured  and  stored  for  later  analysis. 

•  recording  of  both  manipulator  arm  actions 
and  command  signals  issued  to  complete  the 
tasks. 

synchronized  recorded  information  to  correlate 
task  activities.  An  audio  track  on  the  video 
tape  provided  a  convenient  method  for  storing 
the  information  captured  while  synchronizing 
the  command  data  and  video  images. 

•  a  visual  record  of  the  MANUS  actions  and 
audio  record  of  user  comments  and  ambient 
sounds.  A  stereo  handycam  was  used  to 
capture  these. 

The  arm  is  controlled  through  a  4  x  4  keyboard 
or  an  analogue  joystick.  Several  modes 
controlling  arm  position,  gripper  orientations, 
etc.,  are  displayed  on  an  LED  display. 

Design  Objectives: 

In  order  to  obtain  the  command  infonnation 
described,  it  was  necessary  to  construct  a  data 
logging  system  to: 
(1)  monitor  and  capture  commands; 
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(2)  convert  this  information  to  a  form  that  can 
be  recorded  on  video  tape; 

(3)  control  and  monitor  the  video  camera  and 
supply  feedback  to  the  user  regarding 
recording  status  (e.g.  end  of  tape);  and 

(4)  optimize  tape  usage. 

Design: 

The  design  of  the  data  logging  system  is  based 
on  a  MC68705R3  microcomputer.  Keyboard 
inputs  to  the  monitor's  microcomputer  are 
conditioned,  for  compatibility,  and  scanned  by 
the  controller  using  a  simple  four  input  and 
four  output  arrangement.  Each  of  the  four  lines 
is  strobed  and  read  in  a  period  of  5uS  every 
40mS.  Since  this  is  too  fast  for  reliable 
polling  by  the  microcomputer,  additional 
hardware  asynchronously  stores  the  keyboard 
closures  in  a  4  x  4  RAM. 

Joystick  inputs  to  the  controller  vary  among  0 
and  5VDC  and  require  minimal  conditioning. 
The  design  also  protects  the  microcomputer 
against  input  voltages  outside  the  operating 
range. 

The  mode  display  consists  of  a  5  x  7  LED 
array  to  display  symbols  indicating  the  arm's 
operating  mode.  Monitoring  four  of  these 
LED's  provide  16  numbers  to  uniquely  identify 
the  mode.  These  signals  and  the  panic  button 
signal  connect  to  the  microcomputer  via  opto- 
isolators. 

To  control  and  monitor  the  handycam,  the 
microcomputer  activates  a  solenoid  positioned 
to  press  the  record  button  on  the  camera.  A 
photo  transistor  positioned  over  the  record 
LED  on  the  camera  monitors  status,  and  is 
interpreted  by  the  software.  The  user  receives 
audible  messages  and  warning  beeps  on  the 
camera's  status. 

Since  the  study  involves  timing  measurements 
of  the  commands  issued,  a  real  time  clock 
provides  lOmS  resolution.  The  current  time  is 
recorded  and  combined  with  the  input  data 
during  each  input  event.  A  dual  serial  port 
connected  to  route  the  data  from  the  monitor. 


connects  a  type  202  FSK  modem  built  into  the 
monitor  to  the  handycam  audio  channel.  The 
other  serial  port  is  used  in  the  playback  process 
to  download  the  data  over  an  RS-232  link  to  an 
IBM  type  personal  computer. 

Detection  of  new  keyboard  events  creates  a  data 
packet  containing  input  and  timing  information. 
This  formatted  packet  contains  a  header 
indicating  packet  type,  and  a  checksum  for  error 
detection. 

A  202  type  modem  is  used  to  modulate  data. 
The  capacity  of  the  audio  channel  on  the 
handycam  is  limited  to  1200  baud.  Since  the 
potential  information  rate  resulting  from 
changing  inputs  is  higher,  information  may 
overflow  when  data  changes  at  a  sustained  rate 
greater  than  6  events  per  second.  To  protect  data 
validity,  information  overflow  is  flagged  as  part 
of  the  data  packet  definition. 

Memory  usage     the  microcomputer  is 
optimized  so  that  all  available  memory  is 
configured  as  a  FIFO  buffer  to  queue  data  for 
transmission  to  the  handycam.  Information 
stored  in  raw  hexadecimal  format  is  converted  to 
ASCII  format  during  the  playback  process  and 
downloaded  to  the  PC  at  9600  baud. 

A  second  packet  type  is  created  when  no  new 
data  are  detected  after  5  seconds.  This  contains 
a  'user  identification  text  string'  to  facilitate 
identification  of  the  user  during  analysis. 
Detecting  no  new  data  over  a  two  minute  period 
causes  the  microcomputer  to  command  the 
handycam  to  switch  off  to  extend  the  usable 
time  for  a  2  hour  tape  and  to  optimize  the 
editing  process.  New  data  causes  the  creation  of 
a  new  packet,  buffered  until  the  restart  of  the 
handycam,  and  then  transferred  to  tape. 

The  microcomputer  is  also  responsible  for  . 
camera  supervision.  Delayed  operation  occurs 
during  camera  activi-.tion  or  deactivation  due  to 
camera  constraints.  Audible  tones  are  therefore 
used  to  signal  operational  status  including 
unsuccessful  operations  after  the  timed  period. 
The  handycam  also  p-ovides  an  end-of-message 
warning  five  minutes  before  tape  end  by 
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flashing  the  REC  LED  and  another  audible 
message. 

Methods: 

Seven  adults  and  five  children  have  used  the 
arm  for  assessment  of  training  in  the  laboratory 
or  in  their  independent  living,  working, 
hospital  or  school  environment.  Questionnaires 
and  observation  scales  are  being  administered 
with  each  subject.  The  MANUS  robot  and  task 
recording  system  (i.e.,  video  camera  and 
monitor)  are  mounted  on  each  participant's 
wheelchair. 

Results  and  Discussion: 

Much  data  about  the  types  of  activities  that  can 
and  cannot  be  performed  the  MANUS  have 
been  collected.  The  list  of  feats  perfonned 
continues  to  grow  and  includes  household, 
grooming,  office  and  maintenance  tasks. 

Information  has  been  collected  about  the 
decisions  to  accept  and  reject  this  manipulator 
technology.  The  primary  decision  is  based  on 
the  trade-off  between  benefits  and  efforts,  on 
the  choice  between  what  the  arm  can  do  for 
the  user  and  how  much  time  and  effort  and 
inconvenience  it  costs  to  do  it  as  opposed  to 
asking  someone  else  for  assistance.  Practical 
limitations  such  as  accessibility  issues,  i.e., 
door  widths,  or  control  input  options  arc 
important  considerations.  This  study  is  helping 
to  determine  prescription  criteria  based  on 
personal  characteristics,  needs  and  user 
environment. 

Data  from  the  monitor  described  above  arc 
used  to  identify  common  actions  performed  by 
different  MANUS  users.  These  common 
sequences  are  found  in  two  ways:  usually  by 
viewing  the  video  t^pes  and  coding  the  actions 
according  to  properties  of  a  unique  coding 
system  developed  in  this  project  adapted  from 
Van  Lunteren  et  al  (2).  and  the  Method  Time 
Measurement  System  of  hand  and  ann 
movement  analysis  pioneered  by  the  Gilbreths' 
(3).  The  annotation  scheme  records  the  object, 
action,  MTM  element,  location  and  success  of 


the  action. 

By  contrast,  the  second  analysis  of  common 
command  sequences  is  entirely  computerized. 
Here  the  computer  seeks  through  all  commands 
and  generates  a  list  of  single  commands,  lists  of 
pairs.  triiJlets  and  common  quadruplets.  The 
numerical  sequences  are  coded  with  mnemonics 
that  signify  the  arm  movement  and  combinations 
with  a  frequency  of  occurrence  higher  than  5  or 
10  (or  some  value  determined  by  the  size  of  the 
file  and  the  variability  of  the  actions).  These  are 
pulled  out  and  played  back  on  the  arm  to 
observe  the  movement  found.  If  this  movement 
is  recognizable  and  its  automation  is  likely  to 
save  the  user  time  this  command  sequence  is 
recommended  as  a  potential  sub  task  to  be 
programmed. 

References: 

(1)  Kwee,  H.H.,  Duimel,  J.J.,  Smits.  J.J., 
Tuinhof  de  Moed,  A.A.,  Van  Woerden,  J. A., 
Van  De  Kolk.  L.W.  and  Rosier,  J.C.  (1989).  The 
MANUS  wheelchair-borne  manipulator:  System 
review  and  first  results.  Proceeding  Second 
Workshop  on  Medical  and  Health  Care 
Robotics.  Newcastle,  Upon  Tyne,  UK. 

(2)  Van  Lunteren,  G.H.M..  Van  Lunteren- 
Gerritsen  (1989).  On  the  use  of  Prostheses  by 
Children  with  a  Unilateral  Congenital  Forearm 
Defect.  Journal  of  Rehabilitation  Science  2  Q) 

(3)  Maynard,  H.B.,  Stegemerten.  G.J., 
Schwab,  J.L,  (1948).  Methods-Time 
Mea.surements.  New  York.  McGraw-Hill 

Acknowledgments: 

Funding  for  the  MANUS  Project  has  been 
provided  by  Health  and  Welfare  Canada's 
National  Health  Research  and  Development 
Program  and  the  Rick  Hansen  Man  in  Motion 
Legacy  Fund. 

The  Hugh  MacMlllan  Rehabilitation  Centre 
350  Ramsey  Road 
Toronto,  Ontario, 
Canada  M4G  1R8 


330 


RESNA  lnternationar92  •  June  6  1 1,  1992 


18.5 


A  Pneumatic  Actuation  System  for  a  Wheelchair-Mounted  Robot  Arm 


Mohamed  Ouerfelli',  William  Harwin-  and  Vijay  Kumar' 

Applied  Science  and  Engineering  Laboratories 
Alfred  1.  duPont  Institute/University  of  Delaware 
Wilmington.  Delaware  USA 


Abstraet 

This  paper  describes  a  pneumatic  actuation  sys- 
tem for  a  low-cost,  compliant,  wheelchair-mounted 
robot  arm  for  motor-disabled  children.  The  system 
consists  of  two  Flexators'  [  1 1  and  a  four-bar  transmis- 
sion linkage.  Experimental  results  on  the  dynamic 
performance  characteristics  of  the  actuator  are  pre- 
sented. The  design  of  the  transmission  linkage  is 
described.  Finally,  the  on-going  and  future  work  is 
di.scussed. 

Introduetion 

The  Flexator  is  a  tubular  chamber  built  from  con- 
ventional tire  hose  (details  are  found  in  IM).  These 
actuators  may  have  several  application  such  as  the 
esco  skeleton  demonstrated  by  Fluck  and  Henne- 
quin|41.  Similar  actuators  discussed  in  |21  and  13] 
are.  respectively,  the  pouch  actuators  and  the  braided 
pneumatic  actuators.  The  Flexators  arc  simple,  inex- 
pensive and  safe.  However,  the  absence  of  friction, 
and  the  high  strength  to  weight  ratio  are  the  proper- 
ties that  most  motivated  the  authors  to  consider  these 
actuators.  Previous  analytical  and  experimental  work 
has  been  done  on  the  dynamic  response  of  a  mechan- 
ical system  driven  by  the  Flexator  1 1  j.  However,  thc 
experimental  results  for  the  Flexator  operating 
between  two  steady  state  conditions  and  the  thermo- 
dynamic model  show  a  discrepancy  of  5{W( .  The  dif- 
ference was  attributed  to  the  assumptions  made  to 
simplify  the  model  in  which  heat  transfer  and  friction 
losses  in  the  system  have  been  neglected  16].  In  this 
work,  a  simpler  system  consisting  of  just  the  Flexaloi 
is  considered  in  order  to  obtain  a  better  understand- 
ing of  the  dynamic  iierforniance  of  these  pneumatic 
actuators. 

Dvnamie  Response  of  tlie  Flexator 

in  order  to  obtain  the  dynamic  response  for  the 
Flexator.  an  experimental  test-bed.  as  shown  in  Fig- 
ure 1 .  was  built.  The  Flexator  works  against  a  cantile- 
ver beam  and  the  bending  stress  is  measured  with  a 
strain  gage.  The  response  to  a  2(1  psi  step  input  is 
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VW\MM  11  thc  TCKiMaal  indc  naim'  i.l  Ihc  AilnmsUr  Limited  i>l  Ihc 
i:  (liJlatJ  flnsL'.  CianllL-UI.  Rl-i1I.miI.  MK4t  ( )l:X.  F.ndaml  ami  is 
pl.itL-awl  hy  thf  US  I'.itcnl  niimk-l  "t.  W.  TiS 


given  in  Figure  2  from  which  the  time  constant  was 
estimated  to  about  19X  milliseconds.  However,  a  dif- 
ferent step  amplitude  (10  psi)  led  to  a  different  time 
constant  (1X0  milliseconds).  This  is  indicative  of  the 
nonlinear  behavior  of  the  actuator.  Experimental 
observations  tend  to  indicate  that  the  step  response 
will  be  slower  with  increased  step  pressure.  It  is  also 
important  to  note  that  the  speed  of  response 
decreases  dramatically  as  the  volume  of  the  transmis- 
sion lines  and  the  actuator  is  increased  [7]. 


Strain  G;igc  Bcani 
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Fig.I:  Experimental  Set-Up  for  the  Flexator 
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Fig.2:  Step  Response  of  the  Flexator 

The  conditions  in  this  experiment  are  representa- 
tive of  those  expected  in  force  control.  When  a 
manipulator  makes  contact  with  the  environment  and 
the  contact  force  is  regulated,  the  supply  pressure 
will  be  controlled  while  the  variations  in  position  will 
be  minimal.  Therefore,  we  expect  a  force  control 
bandwidth  of  approximately  1 .0  Hz  for  a  small-signal 
response. 

The  static  response  characteristics  of  the  actuator 
are  shown  in  Figure  .3  for  different  geometries.  The 
input  to  the  actuator  is  the  supply  pressure  while  the 
strain  gage  measures  the  output  force.  In  changing  d, 
thc  distance  between  thc  beam  and  base  plate,  wc 
simulate  changes  in  the  position  ol  the  robot  link.  It  is 
worth  noting  that  for  a  given  value  of  d,  the  pressure- 
force  characteristics  are  linear  (as  in  conventional. 
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single-acting  pneumatic  cylinders).  Further,  as  d 
increases,  for  the  same  input  pressure,  the  effort  (or 
the  output  force)  decreases.  While  it  is  possible  that 
the  characteristics  at  much  higher  pressures  are  dif- 
ferent, we  believe  that  this  is  not  the  case.  If  the  dis- 
placement of  the  robot  link  (or  in  this  case,  the 
flexure  of  the  beam)  is  small,  we  speculate  that  the 
pressure-force  characteristics  are  linear  throughout 
the  operating  range  (0-80  psi).  Future  experiments 
will  be  conducted  to  confirm  this. 


0  S  10         15        a        25         10         I*  40 

Fig.3:  Strength  Characteristics  of  the  Flexator 
Actuator 

Thermodynamics  of  the  Actuator 

We  have  built  another  test-bed  (shown  in  Figure 
4)  to  validate  the  thermodynamic  model  first  pro- 
posed in  [1]  and  [5].  This  set-up  allows  us  to  easily 
measure  the  pressure,  temperature,  and  volume  of  air 
in  the  Flexator.  The  experiment  will  be  carefully  con- 
ducted to  insure  that  heat  transfer  is  minimal.  Results 
will  be  published  in  a  forth  coming  paper. 

On-going  and  Future  Work 

The  transmission  linkage  shown  in  Figure  4  is  a 
four-bar  linkage  with  four  rotary  joints.  The  linkage 
is  used  to  transmit  power  from  a  doubling  acting 
actuator  (consisting  of  two  Flexators)  to  a  revolute 
joint.  By  changing  the  link  lengths,  it  is  possible  to 
vary  the  input-output  force  characteristics.  Given  the 


characteristic  curves  for  the  muscle,  the  mechanism 
can  be  optimized  for  a  desired  output  torque  at  the 
driving  joint. 
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Fig.4:  Measurement  of  Air  Properties  in  the 
Rexator 

We  propose  to  experimentally  determine  a 
dynamic  model  for  the  configuration  shown  in  Figure 
5.  This  model  will  lend  itself  to  control  using  Neural 
Networks. 
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Fig.5:  The  Actuation  Sy.stem  for  a  Double  Acting 
Revolute  Joint 
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Conclusion 

The  approach  taken  in  the  different  experiments 
di.scusscd  in  this  paper  is  simple  and  should  enable  us 
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to  better  understand  the  behavior  of  these  newly 
developed  actuators.  The  Flexators,  although  some- 
what slow  in  response,  are  attractive  because  of  their 
low  cost,  low  friction,  and  high  strength  to  weight 
ratio  and  are  ideally  suited  for  the  wheelchair- 
mounted  robot  arm. 
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THE  SWING  PACK 

A  mobile  wheelchair  bag 


Jorge  E.   Letechipia,  Denise  M.  Fregede 
Center  for  Applied  Rehabilitation  Engineering 
Good  Shepherd  Rehabilitation  Hospital 
Allentown,   Pa.  USA 


ABSTRACT 

Commonly,  wheelchair  users  store 
their  personal  items  in  a 
wheelchair  bag  located  on  the 
rear  of  the  wheelchair.  Because 
of  this  location,  people  with 
limited  upper  extremity  strength 
and  range  of  motion  are  often 
unable  to  retrieve  items  from 
their  bags,  limiting  their 
independence.  This  paper 
describes  the  design, 
development,  and  clinical  testing 
of  a  mobile  wheelchair  bag.  The 
mobile  wheelchair  bag  is  a  device 
to  move  the  wheelchair  bag  from  a 
stowed  position  behind  the 
backrest  to  an  accessible 
position  along  the  side  of  the 
wheelchair,  allowing  the  user  to 
store  or  retrieve  independently 
personal  items  from  the  bag. 

INTRODUCTION 

In  the  U.S.,  it  is  estimated  that 
1.2  million  individuals  use 
wheelchairs  as  their  primary  source 
of  personal  mobility  (1). 
Commonly,  wheelchair  users  store 
their  personal  items  in  a  wheelchair 
bag  located  on  the  rear  of  the 
wheelchair.  This  bag  is  suspended 
from  the  push  handles  where  it  does 
not  interfere  with  propulsion,  but 
also  remains  out  of  reach  for  many 
people.  Because  of  this  location  of 
the  wheelchair  bag,  people  with 
limited  upper  extremity  strength  and 
range  of  motion  are  often  unable  to 
retrieve  items  from  the  back  of  the 
wheelchair  and  must  therefore,  rely 
on  someone  else  to  retrieve  items 
for  them.  This  situation  prohibits 
independence  for  the  wheelchair  user 
for  many  vocational,  leisure,  and 
daily  living  activities. 

At  the  Center  for  Applied 
Rehabilitation  Engineering  a  mobile 
wheelchair  bag  was  developed.  The 
mobile  wheelchair  bag  is  an  electro- 
mechanical device  which  is  activated 
with  battery  power  and  moves  from  a 
stowed  position  behind  the 
wheelchair  backrest  to  an  accessible 
position  along  the  side  of  the 


wheelchair.  With  the  bag  at  the 
side,  next  to  the  armrest,  the  user 
can  retrieve  or  store  items  from  the 
bag  independently.  By  reversing  the 
power,  the  storage  bag  returns  to 
the  stowed  position  behind  the 
backrest  of  the  wheelchair. 

The  purpose  of  this  paper  is  to 
describe  the  methodology  used  to 
design  and  develop  the  mobile 
wheelchair  bag  as  well  as  to  present 
mechanical  and     clinical  test 

results. 

DESIGN  AND  DEVELOPMENT 

The  method  used  to  design  and 
develop  the  mobile  wheelchair  bag 
can  be  summarized  in  four  phases. 
First,  the  idea  was  presented  to  a 
group  of  experts  in  assitive 
technology.  The  group  included 
physical  occupational  and 
recreational  therapists  specialized 
in  the  recommendation  of  a  wide 
variety  of  assitive  devices. 
Second,  the  idea  was  presented  to  a 
group  of  wheelchair  users.  The  group 
included  individuals  with  active 
life  styles  operating  in  a  \  ide 
array  of  environments. 
Third,  from  the  information  gathered 
from  these  two  groups,  preliminary 
characteristics  were  established. 
These  included: 

adaptability  to  most  brands  of 
wheelchairs,  load  capacity  of  10 
lbs,  self  contained  unit,  easy  to 
install  and  remove,  easy  to 
fabricate  and  repair,  and 
cosmetically  appealing. 
Four,  with  these  characteristics, 
the  design  group  proposed,  analyzed 
and  tested  different  alternatives. 
Further  analysis  of  the  physical 
abilities  of  the  wheelchair  user  and 
the  limitation  of  space  in  the 
wheelchair  determined  the  need  of  an 
electro-mechanical  device  to  achieve 
the  desired  function. 
The  resulting  device  consists  of  a 
custom  shaped  bag  secured  to  a 
rotation  mechanism.  The  rotation 
mechanism  consists  of  a  rod  secured 
in  one  end  to  the  gearhead  of  a 
motor,  and  the  other  end  secured  to 
a  base  plata.  The  base  plate  holds 


334 


RESN A  International '92  •  June  6-1 1,  1992 

3iJ 


Swing  Pack 


the  mechanism  and  provides  for  the 
attachment  to  the  wheelchair  via  a 
clamp.    (Figure  1) 


Figure  1 

EVALUATION 

Mechanical  evaluation 

Prior  to  conducting  the  clinical 
evaluation,  tests  were  conducted  to 
measure  performance  characteristics 
like:  maximum  load  capacity,  maximum 
incline  under  which  the  device  will 
remain  operational,  and  estimated 
battery  life. 

Performance  test  results  indicated 
that  the  prototype  complied  or 
exceeded  the  initial 
characteristics,  therefore  the 
design  team  concluded  that  the 
device  was  ready  for  clinical 
evaluation. 

Clinical  evaluation 

Twenty  five  units  were  fabricated 
for  placement  on  the  wheelchairs  o£ 
25  clients.  The  clients  were 
wheelchair  dependent  with 
disabilities  including  cerebral 
palsy,  traumatic  brain  injury, 
spastic  quadriparesis,  post-polio 
syndrome,  hemiplegia  as  a  result  of 
cerebral  vascular  accident,  and 
lower  extremity  paraparesis.  These 
clients  had  active  life-styles 
either  working  in  the  community  or 
working  from  the  home.  The  clients 
ages  ranged  from  27  to  77  years  of 
age  with  the  average  age  being  48 
years. 

Weekly  reports  of  product 
performance  and  identification  and 
documentation  of  any  problems  were 
kept  on  each  client.  Each  client  was 


responsible  for  keeping  track  of  the 
number  of  times  per  day  they  used 
the  mobile  wheelchair  bag,  the 
number  of  times,  if  any,  they  needed 
assistance  with  the  mobile 
wheelchair  bag,  any  problems 
encountered  using  the  mobile 
wheelchair  bag,  and  comments 
regarding  increased  independence. 

RESULTS 

Information  obtained  from  the  client 
activity  recording  forms,  showed 
that  the  average  number  of  times  the 
mobile  wheelchair  bag  was  used  by 
all  the  clients  was  four  times  a 
day.  Individually,      the  times 

clients  used  the  bag  ranged  between 
one  and  fourteen  times  per  day. 
Ninety-two  percent  of  the  clients 
indicated  that  using  the  mobile 
wheelchair  bag  provided 
access  to  their  personal 
thereby  increasing 
independence . 


easier 
items, 
their 


The     results     of     the  mechanical 
evaluation  were: 

The  maximum  load  capacity  of  the 
device  was  measured  to  be  12  pounds. 
The  mobile  wheelchair  bag  when 
loaded  with  the  maximum  load  of  12 
pounds  was  able  to  operate  at  a 
slope  of  5°.  Using  the  average 
number  of  cycles  per  day  (4  cycles, 
forward-backward  motion  of  the  bag) , 
the  estimated  battery  life  when 
using  the  device  under  "average  use 
conditions"  is  approximately  50  to 
60  cycles  ,  which  translates  to  12 
to  15  days  of  operation  on  one 
battery  charge. 

DISCUSSION 

Clinical  results  of  the  study 
suggest  that  the  mobile  wheelchair 
bag  did  increase  the  independence  of 
the  clients  and  the  device  proved 
functional  during  daily  life 
activities . 

These  results  strongly  support  the 
position  that  when  designing  new 
devices  for  the  disabled  individual, 
input  from  the  end  user  as  well  as 
the  expert  professional  are 
essential,  prior  to  the  development 
of  the  device. 

In  conclusion,  the  mobile  wheelchair 
bag  provides  users  with  the 
opportunity  to  be  more  independent 
in  their  daily,  leisure,  and 
vocational  activities. 
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Objective  Evaluation  and  Comparison  of  Crutcli  and  Cane  Tip  Slip-Resistance 


William  English  &  Thomas  Fetterman 

Independent  consultants 


Introduction 

Injuries  to  people  slipping  and  falling  down  on  wet 
pavement  is  a  much  greater  concern  to  those  who 
use  prosthetic  walking  devices  than  it  is  to  the 
ambulatory  public  at  large  because  these  partially 
disabled  ones  tend  to  fall  much  more  frequently, 
and  a  disabling  fracture  may  immobilize  a  para- 
plegic altogether.  Therefore,  because  of  the 
greater  need  for  slip-resistance  integrity  in  walking 
aids  for  the  mobility  impaired,  an  objective  aid  was 
needed  to  facilitate  development  of  safer  products 
and  to  rank  existing  products  for  safety. 

The  primary  disqualifying  problem  with  the  tradi- 
tional static  coefficient  of  friction  testers  is  that 
they  all  have  had  a  pronounced  delay  following  the 
application  of  the  friction  material  to  the  floor 
surface  so  that  any  moisture  that  might  be  present 
would  be  extruded  out  of  the  interface  before  the 
sliding  force  can  be  applied,  so  that  artificially  high 
readings  always  occuTed.  That  was  besides  the 
problem  of  how  to  fit  actual  prosthetic  devices  to 
the  various  machines,  which  were  intended  pri- 
marily for  evaluation  of  such  sheet  materials  as 
leather  or  Neolite. 

In  response  to  this  need  for  an  objective  slip- 
resistance  tester  a  portable  device  was  designed  to 
measure  the  traction  properties  of  various  tips  on  a 
standard  surface  by  applying  an  instantaneous  load 
to  a  test  tip  by  impinging  it  upon  the  surface  at  a 
selected  angle  of  incidence.  This  mode  of  actua- 
tion eliminates  the  familiar  "sticksion"  problem 
arising  from  the  long  residence  times  prior  to 
motion  of  the  sensor  across  the  test  surface. 

The  new  tester  can  be  used  to  compare  the  slip- 
resistance  performance  of  one  tip  to  others  or  to 
measure  the  traction  properties  of  crutch  and  cane 
tips  on  actual  walking  surfaces. 

Principle  of  Operation 

A  gas-actuated  piston  rod  fitted  with  a  test  tip  is  set 
at  a  predetermined  angle,  and  when  actuated,  the 


tip  is  pressed  down  onto  a  representative  surface  to 
determine  whether  it  will  slip  at  the  preset  angle  of 
incidence. 

The  fluid-powered  piston  is  hinged  at  its  top  end  to 
a  pivoted  mast  which  in  turn  can  be  adjusted  to 
varying  angles  to  the  floor.  The  angle  of  the  mast 
is  controlled  by  a  jackscrew  mounted  between  the 
mast  and  its  base. 

The  device  is  actuated  repeatedly  at  increasing 
angles  of  inclination  from  the  vertical  until  a  slip 
occurs.  The  tangent  of  the  last  angle  before  slip- 
page occurs  can  be  used  to  quantify  the  slip- 
resistance  of  the  test  tip  on  the  floor  surface  under 
the  prevailing  environmental  conditions.  Real- 
worid  environmental  contaminants  such  as  water, 
oil  or  other  lubricants  may  be  applied  to  the  inter- 
face between  the  tip  and  the  floor  to  approximate 
actual  use  conditions. 

Tests  may  be  successively  performed  at  incremen- 
tal angles  to  determine  the  slip-resistance  of  the 
selected  test  tip,  or  a  single  "go/no-go"  test  may  be 
performed  at  a  datum  angle  to  determine  com- 
pliance with  a  given  performance  specification  for 
floor  slip-resistance,  such  as  might  be  mandated 
under  the  new  OSHA  or  ADA  regulations. 

The  coefficient  of  traction  for  any  test  configura- 
tion can  be  determined  by  looking  up  the  tangent  of 
the  least  acute  angle  at  which  no  slip  occurred, 
according  to  guidelines  published  years  ago  at  what 
was  then  called  the  National  Bureau  of  Standards. 
For  example,  if  the  last  angle  at  which  no  slip 
occurred  was  26.5  degrees  from  the  vertical,  the 
coefficient  of  friction  would  be  .50. 


Background  of  the  Invention 

Machines  based  on  the  instantaneous  application  of 
force  at  a  specified  thrust  vector  onto  an  actual 
walking  surface  were  developed  at  the  Veterans 
Administration,  the  first  (an  instrumented  walking 
cane)  having  been  described  in  a  1977  publication 
by  Leon  Bennett  and  Eugene  Murphy.'  The  cane 
was  fitted  with  a  means  to  show  the  angle  of  inci- 
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dence,  and  a  force  gauge  measured  the  magnitude 
of  the  thrust  vector. 

This  principle  was  refined  in  a  laboratory  cane  tip 
tester  (a  variable  incidence  mast  fitted  with  an 
articulated  cane  that  was  thrust  downward  at  a 
predetermined  angle  by  an  electric  solenoid) 
described  in  an  unpublished  1984  report  by  Eugene 
F.  Murphy. 2 

The  problem  with  the  instrumented  cane  was  that 
the  device  was  subject  to  operator-dependent  vari- 
ables that  tended  to  bias  the  results,  and  evaluations 
were  somewhat  subjective.  The  solenoid-actuated 
cane  tip  t2ster  removed  the  operator-dependent 
biases,  but  was  not  portable,  and  the  spiked  thrust 
action  of  the  solenoid  did  not  approximate  human 
walking  behavior. 

The  tester  described  herein  is  a  refinement  of  the 
solenoid-actuated  variable-incidence  cane  tip  tester 
described  by  Murphy. 

Discussion 

Foreseen  uses  of  this  kind  of  test  device  include  the 
testing  the  slip-resistance  of  prosthetic  walking 
devices,  permitting  its  use  both  as  a  development 
tool  in  the  design  of  improved  prosthetic  tips  and 
also  to  evaluate  their  effectiveness  on  actual  walk- 
ing surfaces;  or  it  can  be  used  to  determine  the 
most  effective  of  a  series  of  tips  under  specified 
environmental  conditions. 

The  device  can  also  be  used  under  these  controlled 
conditions  to  substantially  simulate  the  forces  pre- 
sent when  used  by  humans  during  the  walking 
process.  Velocity  of  the  force  vector  is  controlled 
by  adjusting  the  fluidic  pressure  acting  upon  the 
piston,  and  after  surface  contact  the  applied  force 
curve  builds  up  smoothly  in  a  manner  not  unlike 
human  ambulation. 

Furthermore,  operation  of  the  device  is  automated 
s'l  as  to  remove  such  operator-dependent  variables 
as  variations  in  velocity  of  impact,  magnitude  of 
force  or  duration  of  force  application.  And  its 
function  is  independent  of  gravity,  facilitating  test- 
ing on  sloped  surfaces  without  the  necessity  of 
re-calibrating  the  machine  for  use  on  a  particular 
incline  or  ramp. 

With  adaptation  of  other  tester  "feet"  to  the  end  of 
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the  piston  shaft,  the  invention  also  may  be  used  as 
a  slip-resistance  tester  for  floors,  and  with  yet 
another  adaptation,  it  can  be  used  to  investigate  the 
slip-resistance  performance  of  footwear  products 
on  floors. 


Figure  1  The  angle  of  inclination  of  the  gas- 
actuated  cylinder  is  controllable  by  an  electrically- 
driven  jack  screw.  Air  pressure  from  a  miniature 
compressor  thrusts  the  pis*on  rod  downward  at  the 
preset  angle,  which  is  indicated  on  the  protractor 
by  a  pointer. 


Figure  2  If  the  angle  of  inclination  from  the  verti- 
cal is  sufficient  to  exceed  the  coefficient  of  friction 
of  the  test  tip  on  the  test  surface,  the  tip  slides 
across  the  surface,  pivoting  around  its  mounting 
axis  at  the  top,  producing  an  obvious  slip. 
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Test  Results 


Crutch  tip  #1 
Crutch  tip  #2 
Crutch  tip  #3 


.354 
.493 
.547 


Table  1  The  relative  slip-resistance  performance 
of  three  different  crutch  tips  is  compared  on  the 
standard  reference  surface  wetted  with  deionized 
water.  The  performance  spread  is  significant. 
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Abstract 

Vocational  rehabilitation 
professionals  can  generate  a  '^ta 
base  that  will  help  the  courts  and 
lawmakers  to  develop  fair  and 
sensible  rules  for  reasonable 
accommodations  in  the  workplace. 
Consolidation  and  analysis  of  past 
successful  cases  can  be  made  to 
determine  cost-range-history  for 
worksite  modifications  and  disabled 
worker  assist  devices.  A  large 
compendium  of  cases  could  ba  made  to 
present  such  data  as  disability  vs. 
cost,  disability  vs.  types  of  special 
equipment,  disability  vs.  loss  of 
floorspace,  and  other  valuable 
information. 

Such  data  would  be  very  useful  to 
employers  for  budgeting  and  planning; 
it  would  encourage  clients  and 
attorneys  to  pursue  fair  and 
reasonable  compensation  and 
accommodation,  ultimately,  such  data 
would  help  to  create  specific  rules 
based  upon  the  welcomed,  but  vague, 
Americans  with  Disabilities  Act. 

Bauk^icound 

It  appears  that  definitive  laws  and 
regulations  regarding  reasonable 
accommodation  in  the  workplace  will 
be  developed  in  the  courts  through 
myriads  of  cases.  Attorneys  are 
preparing  for  confrontation,  and 
employers  are  trying  to  prepare  for 
compliance.  Attorneys  are 

contemplating  awards,  compensation 
and  fees;  employers  are  contemplating 
increased  expense,  decreased 
production  and  possible  bankruptcy. 

Statement  of  the  Problem 

The  American  with  Disabilities  Act 
does  not  currently  provide  a  clear 
definition  of  "reasonable 
accommodation"  for  disabled  employees 
in  the  workplace.  Understandably, 
employers  are  very  apprehensive. 
Employers  do  not  ^now  whether 
worksite  accommodations  for  a  new 
paraplegic  secretary  will  cost  $100 
or  $10,000.  Further,  they  have  few 
professional  resources  that  can 
provide  advice  or  make  intelligent 
cost  estimates.  Their  own  attorneys 
can  provide  little  help  because  they 
eimply  cannot  interpret  a  law  that 
doss  not  exist  and  they  are  ignorant 
of  vocational  rehabilitation 
counseling  and  rehabilitation 
engineering. 


Disabled  employees  are  also  in  a 
great  dilemma.  They  do  not  know 
whether  the  employer  is  obligated  or 
is  willing  to  provide  access  and  to 
provide  special  tools  and  equipment 
that  will  permit  them  to  be 
productive.  They  do  not  know  the 
definition  of  "reasonable 
accoomodat  ions . ' 

Few  vocational  rehabilitation 
counselors  have  experience  in 
negotiating  with  employers  to 
facilitate  employment  of  severely 
disabled  clients.  Since  the  number 
of  severely  disabled  candidates  for 
employment  will  increase  rapidly,  it 
is  vital  that  these  and  new 
counselors  be  trained  and  be  provided 
with  tools  and  information  that  will 
help  them  do  their  jobs. 

Approach 

The  RESNA  publications  contain  many 
case  studies  where  severely  disabled 
individuals  became  employed  when  they 
were  provided  with  suitable  adapted 
tools,  appropriate  mobility  aids  and 
suitable  worksite  modifications. 
Authors  of  these  cases  surely  have 
experience  with  many  more  cases  and 
can  easily  obtain  details  of  such 
cases. 

Similarly,  vocational  rehabilitation 
counselors  with  severely  disabled 
caseloads  can  assemble  data  on  cases 
where  cliente  have  become  employed. 
This  can  be  done  without  violating 
privacy  since  it  would  only  be 
necessary  to  list  and  define 
disability,  type  of  employment,  cost 
of  worksite  modifications  and  cost  of 
adapti./e  equipment.  No  personal  or 
confidential  information  would  be 
revealed. 

These  data  could  be  collected  and 
analyzed  by  regional  groups.  Perhaps 
this  would  be  a  reasonable  task  for 
existing  rehabilitation  engineering 
research  centers,  independent  living 
centers  or  other  federally  funded 
programs.  It  may  even  be  possible 
for  state  vocational  rehabilitation 
agencies  to  provide  much  of  these 
data.  Ultimately,  it  would  be 
necessary  for  a  select  group  to 
analyze  and  publish  the  data  for  use 
by  disabled  clients,  employees, 
attorneys,  vocational  rehabilitation 
counselors,  engineers,  courts  and 
legislators. 

Examples  of  case  studies  follow) 
C.W.  was  a  25  year-old,  speech- 
impaired,  severe  cerebral  palsied 
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male  in  a  manual  wheelchair.  He  was 
trained  in  electronics  theory  and 
circuitry  but  could  not  use  a 
soldering  iron  because  of  very  poor 
motor  control.  He  applied  for  a  job 
as  an  electronic  circuit  board 
inspector  and  was  hired  in  a  computer 
fabrication  plant.  The  company 
installed  a  limited  public  address 
system  on  the  assembly  line  to 
acconnnodate  the  speech  and  mobility 
disabilities  of  the  client.  The  cost 
was  approximately  $400  for  equipment 
and  $300  for  labor.  This  system 
worked  so  well  for  the  disabled 
client  and  his  non-disabled  co- 
workers that  similar  systems  were 
installed  on  other  assembly  lines. 

D.H.  was  a  30  year-old  male  with  a 
severe  mobility  problem  due  to  polio. 
He  was  experienced  in  television 
repair  but  was  too  short  to  reach  the 
work  table.  The  state  department  of 
human  services  bought  a  motorized 
wheelchair  with  a  motorized, 
elevating  seat  for  S6,000.  No 
worksite  modifications  were  required. 
This  man  performed  as  a  productive 
electronics  technician. 

M.A.  was  a  thirty-five  year  old  woman 
who  was  quadriplegic  due  to  polio. 
She  interviewed  for  a  job  with  a 
state  agency  where  it  was  necessary 
to  telephone  fathers  who  were 
delinquent  in  child  support  payment. 
She  had  a  good  voice,  but  could  not 
move  her  legs,  arms  or  hands.  A 
federal  technology  utilization  grant 
paid  for  a  special  switch  which  was 
molded  to  her  hand,  a  two-switch 
interface  and  a  special  computer,  a 
motorized  holder  for  papers,  a 
recorder  and  a  gooseneck  holder  for 
the  microphone.  This  equipment  cost 
about      $7,500.  M.A.      was  more 

productive    in    this     job    than  her 
predecessor  who  was  a  satisfactory, 
non-disabled  employee. 
D.F.    was   a  deaf,    quadriplegic  male 
with  a  high  school  diploma   (1).  He 
applied    for    a    job     in    a  fishing 
equipment    assembly    plant.       He  had 
very    limited   use   of    his   hands  and 
drove    '»  battery   powered  wheelchair 
with  two  fingers.    With  encouragement 
of      a      rehabilitation  engineers, 
industrial    engineers    at    the  plant 
fabricated   a   nut-driver    from  parts 
that    were    available    in    the  plant. 
The   disabled  worker    assembled  then 
mechanical    parts     in    a  productive 
manner.     Parts  cost  to  the  employer 
was  about  $100;  time  cost  about  $600, 
but  thifa  work  was  done  during  spare 
time.     D.F.   has  worked  productively 
for   more   than   eight   years   and  has 
required     the     employer     to  spend 
negligible  money  on  special  tools  and 
facilities. 


G.W.  was  an  employed  analyst  with 
multiple  sclerosis.  He  used  a 
powered  wheelchair  and  was  losing  the 
UBS  of  one  hand  which  limited  his  use 
of  the  computer.  A  aiapl*  upper  case 
key  holddown  was  built  for  $60.  This 
experienced  and  valuable  employee 
continued  to  work  for  aeveral  more 
years. 

Implications 

The  above  are  examples  of  industrial 
cases  where  severely  disabled 
individuals  were  hired  as  new 
employees  or  existing  employees  wore 
enabled  to  continue  working.  Costs 
for  accommodating  thesr  workers 
ranged  from  $60  to  $7,500  and  people 
with  various,  severe  disabilities 
were  involved.  Cataloging  and 
analyzing  a  very  large  number  of 
cases  would  permit  developing 
information  that  would  correlate 
disability  with  job  type  and  range  of 
costs  for  accommodations. 

Discussion 

Generation  of  a  data  base  relating 
disability  to  cost  for  worksite 
modification  and  work  assist  devices 
would  be  of  great  value  to  the 
disabled  community.  This  would 
accelerate  implementation  and  the 
great  benefits  intended  by  the 
Americans  with  Disabilities  Act. 
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Self  Injection  Aid  for  Persons  with  Cerebral  Palsy 

Riley  Hawkins,  Niki  Elder,  Alan  Harp 
Center  for  Rehabilitation  Technology 
Georgia  Institute  of  Technology 


Abstract 

A  device  has  been  developed  which  will  allow 
persons  with  severe  spasticity  to  administer 
medication  through  self  injection.  This  device 
will  help  persons,  who  aie  dependent  on 
caretakers  for  their  injections,  be  able  to 
function  independently  in  a  vocational  envi- 
ronment. The  unique  design  of  the  self 
injection  aid  eliminates  the  danger  spasticity 
may  cause  during  self  injection. 

Background 

The  Center  for  Rehabilitation  Technology 
(CRT)  specializes  in  developing  products  for 
person  with  disabilities  to  aid  these  individu- 
als in  functioning  independently  in  a  work  en- 
vironment.   Within  the  past  year,  CRT  was 
presented  with  a  21  year  old  woman  who  has 
cerebral  palsy  and  is  also  diagnosed  as  a 
diabetic.  Her  spasticity  caused  by  the  cere- 
bral palsy  would  cause  too  great  a  danger  of 
injury  or  inadequate  doses  of  insulin  in  self  in- 
jection. This  means  the  young  woman  must 
always  be  dependent  on  someone  to  admini- 
ster her  injections  three  times  a  day.  She  is 
currently  living  with  her  parents  and  would 
eventually  like  to  live  in  her  own  home  and 
have  a  career. 

CRT  was  asked  to  develop  a  device  which 
would  allow  this  woman  to  administer  her 
own  injections,  thus  making  her  less  depend- 
ent on  others.  The  device  which  has  been 
developed  as  a  prototype  is  a  self  injection 
aid  designed  to  eliminate  spasticity  as  a 
danger  in  self  injections. 

Research 

The  fisrt  step  was  to  research  all  existing 
products  which  might  help  solve  the  problem 
and  could  be  purchased  on  the  market. 
What  was  found  were  several  automatic 
insulin  injectors  which  helped  extinguish  the 
fear  and  facilitate  self  injection,  but  these 
products  did  not  prevent  the  spasticity  from 
endangering  the  person  while  self  injecting 
because  the  person  was  still  required  to  hold 
it.  What  was  obvious  was  this  type  of  product 
would  do  all  the  work  as  long  as  it  was  held 
still  against  the  arm.  The  product  found  to  be 
the  best  design  for  the  clients  needs  is  called 


the  JECT  AID™ ,  which  would  allow  for  the  in- 
jection to  be  almost  hands  free  if  a  way  could 
ba  develop  for  it  to  be  held  against  the  skin 
and  triggered  to  administer  the  injection. 

The  JECT  AID™  works  by  clasping  the 
syringe  between  a  spring  and  a  trigger.  Once 
the  trigger  is  pushed  the  spring  moves  the 
syringe  down  inserting  the  needle  into  the 
skin  and  continues  to  push  the  plunger  until 
the  insulin  is  through  the  needle. 

Design 

The  product  which  has  been  designed  and 
developed  is  a  self  injection  aid  which  uses 
the  JECT  AID™  as  an  integral  part  of  the  in- 
jection process.  The  self  injection  aid  is  a 
special  cuff  made  to  fit  the  legs  or  arms  and 
is  held  on  by  a  strap  using  veicro™  as  the 
fastener.  This  cuff  acts  as  a  connector  allow- 
ing the  arm/leg  and  syringe  to  move  as  a  unit, 
preventing  a  dangerous  injection.  On  the 
outside  of  the  cuff  is  a  compartment  where 
the  syringe  loaded  JECT  AID™  is  snapped 
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in.  Attached  to  this  compartment  is  a  handle 
which  is  part  of  an  over  center  linkage. 
When  the  person  moves  the  handle  to  the 
down  position,  the  compartment  holding  the 
JECT  AID™  moves  down  in  to  the  skin,  the 
JECT  AID™  is  then  triggered  and  the  insulin 
is  injected.  The  handle  in  the  down  position 
locks  the  syringe  in  place  while  the  needle  is 
in  the  skin  and  the  insulin  is  injected.  This 
prevents  any  spasticity  from  affecting  the 
injection. 

The  steps  taken  to  use  the  self  injection  aid 
would  be  to  prepare  a  syringe  with  the  accu- 
rate amount  of  insulin  and  place  the  syringe 
into  a  JECT  AID™  and  store  in  the  refrigera- 
tor. The  number  of  injections  stored  would 
depend  on  the  required  amount  of  insulin 
needed  daily  by  the  person.  This  step  could 
be  done  by  a  caretaker.The  next  step  in- 
volves only  the  person  who  is  to  receive  the 
injection.  A  prepared  JECT  AID™  is  removed 
from  the  refrigerator  and  placed  in  the  self 
injection  aid.  The  person  then  slides  the  cuff 
of  the  self  injection  aid  on  the  arm  or  leg  to 
the  position  required  for  accurate  injection 
and  fastens  the  velcro™  straps.  Then  with 
one  motion,  the  person  pushes  the  handle 
downward.  This  single  motion  moves  the 
JECT  AID™  down  into  the  arm  or  leg,  sets 
off  the  spring  which  pushes  the  syringe 
needle  into  the  skin  and  administers  the 
Insulin.  After  the  plunger  in  the  syringe  is 
completely  down,  the  person  then  raises  the 
handle,  unfastens  the  straps  and  removes 
the  self  injection  aid. 


Evaluation 

The  Center  for  Rehabilitation  Technology  has 
developed  a  device  which  will  enable  a  per- 
son with  severe  spasticity  to  give  themselves 
injections  for  medical  purposes.  The  self 
injector  aid  was  specifically  designed  for  a 
person  with  cerebral  palsy  who  must  receive 
insulin  injections  3  times  a  day.  The  device 
was  taken  to  her  home  and  tested  for  usabil- 
ity by  her.  With  the  aid  of  a  table  surface, 
she  was  able  to  insert  the  prepared  JECT 
AID™  in  the  self  injector  aid,  put  the  cuff  on 
her  arm  and  fasten  the  straps.  Because  of 
her  cerebral  palsy,  she  does  struggle  with 
this  task  and  it  takes  a  little  more  time  than 
depending  on  someone  else  to  administer  the 
injection,  but  the  purpose  of  the  device  is  to 
give  people  an  opportunity  for  independence 
and  security  in  knowing  there  is  a  way  for  self 
injection. 

The  self  injection  aid  is  currently  with  the 
clients  physician  who  specializes  in  diabetes. 
He  will  test  the  device  on  the  client  and  give 
his  suggestions  or  comments  regarding  the 
reliability  and  utility  of  the  product.  We 
should  have  a  response  before  June  1992. 
The  very  unique  element  about  the  self  injec- 
tion aid  is  its  capability  of  preventing  the 
spasticity  to  interfere  with  the  administration 
of  the  medication. 
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ms  Is  the  self  Injection  aid  In  place  on  the  arm  and 
ready  to  administer  the  medication. 


Riley  Hawkins 
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CHILD  SWING  WITH  100  POUND  CAPACITY 


Riley  Hawkins,  Alan  Harp,  Cabell  Heyward 
Center  For  Rehabilitation  Technology 
Georgia  Tecli 


ABSTRACT 

The  benefits  of  sensory  stimulation  through 
swinging  have  long  been  recognized  in  the 
field  of  rehabilitation,  but  access  to  in- 
home  therapy  has  been  limited  to  available 
baby  swings.     Motor  driven  and  wind  up  baby 
swing  manufacturers  in  North  America  have 
universally  adopted  a  25  pound  load  limit. 
Today,  if  a  therapist  wishes  for  continued 
sensory  stimulation  after  discharge  he  or 
she  must  hope  that  the  patient  weighs  less 
than  25  pounds  or  that  the  family  has  a 
maid  willing  to  push  the  porch  swing.  The 
development  of  a  swing  with  a  100  pound 
capacity  is  discussed  here.     The  new  swing 
looks  to  fill  the  voids  in  the  current  de- 
signs, most  importantly  providing  motor 
driven  sensory  stimulation  therapy  to  fam- 
ilies with  toddlers  and  young  adults. 

BACKGROUND 

A  fifteen  month  old  baby  girl  entered  our 
case  load  in  April  of  1990.     The  child  and 
mother  previously  suffered  from  a  condition 
known  as  velamentous  insertion.  During 
labor  this  resulted  in  a  separation  cif  the 
umbilical  cord  from  the  placenta  prior  to 
an  emergency  cesarean  section.     The  loss  of 
blood  and  prolonged  oxygen  deprivation  is 
manifest  in  severe  cognitive  and  physical 
disabilities  but  the  child  came  througli  the 
emergency,   is  stable,  and  continues  tn 
improve . 

During  early  hospitalization,  physicians 
and  the  family  discovered  the  utility  of 
the  swinging  motion.     It  was  particularly 
useful  in  the  reduction  of  seizures.     Al  15 
months,  however,  she  already  weiglied  25 
pounds  and  her  swing  was  beginning  to  wear. 
Aswing  was  needed  to  continue  therapy  in 
her  new  hospital  facility  and  eventually  at 
liome. 

A  product  review  turned  up  numerous  baby 
swings  and  numerous  scliool/lherapy  depart- 
ment swings.     The  baby  swings,  as  mentioned 
had  load  limits  of  25pounds-  not  only  the 
frames  but  the  swing  mechanisms  themselves. 
They  also  used  replaceable  batteries  or  had 
to  be  wound  up  constantly.     The  therapy 
equipment  swings  were  not  motor  driven  and 
were  generally  too  large  to  be  practical  in 
a  home  environment.     A  swing  sturdy  enough 


to  accomodate  growth  into  young  adulthood 
and  conveniently  designed  for  in  home  use 
was  not  available. 

DESIGN 

A  tubular  steel  frame  swing  was  developed 
for  delivery  in  April  of  1991.     It  is  shown 
below,j,gtanding  beside  a  Fisher-Price  baby 
swing      for  comparison.     The  frame  has  a 
footprint  of  5  1/2  feet  by  4  1/2  feet  and 
stands  6  1/2  feet  tall.     It  disassembles 
into  four  pieces  for  storage  or  can  be  un- 
locked and  rolled  from  place  to  place  on 
its  locking  castors.     The  bucket  seat  has  a 
three  position  tilt  mechanism  and  was  de- 
signed for  use  with  a  f oam-in-place  insert. 
It  is  expected  that  this  seat  will  need  to 
be  replaced  when  the  child  reaches  50  or  60 
pounds.     The  support  poles  and  seat  are 
easily  removed  so  that  they  may  be  inter- 
changed with  the  next  seat  whether  it  is  a 
similar  design,  a  prefabricated  bucket  seat, 
or  custom  seating  pans.     The  height  of  ttie 
seat  itself  matches  that  of  the  child's 
wheelchair.     As  the  child  gains  in  size  and 
weight,  this  along  with  the  ample  head  room 
will  accomodate  easy  transfers. 
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The  swing  operates  from. a  standard  wall 
outlet  so  it  never  needs  winding  or  new 
batteries.     A  single  switch  turns  on  a 
quiet  DC  motor  to  drive  the  swing  mecha- 
nism.    If  for  some  reason  the  motion  is  ac- 
cidentally interupted,     the  unit  will  idle 
until  the  obstacle  is  removed,  and  in  a  few 
seconds  gently  return  to  a  smooth  swing. 
During  swinging  the  child  can  listen  to  soft 
(or  hard)  music  from  a  stereo  radio/cassette 
player  which  was  included  within  the  upper 
housing  at  the  parents  request. 

EVALUATION 

The  swing  was  installed  at  a  local  special 
hospital  in  April  of  1991.     Father  and 
daughter  are  seen  here  getting  ready  to 
swing.     The  swing  has  been  operating  for  10 
to  14  hours  a  day  ever  since (more  than  2000 
hours  of  use).     The  client  now  weighs  40 
pounds  and  the  swing  continues  to  operate 
as  designed.     The  family  noted  that  im- 
provement in  upper  limb  function  has  become 
hampered  by  the  tubes  which  support  the 
bucket  seat.     Alternative  supports  are  now 
being  discussed. 

DISCUSSION 

It  was  the  goal  of  this  project  to  provide 
a  working  swing  for  our  client.     It  is  the 
goal  of  this  paper,  however,  to  expose  the 
shortcomings  of  current  swing  designs.  The 
need  for  a  continious  operating  swing  witli 
high  load  capacity  and  functionality  in  the 
home  is  evident.     If  you  would  like  more 
information  about  this  project  or  would  like 
to  encourage  manufacturers  to  produce  a 
similar  swing  please  contact  the  author. 


Father  and  Daughter 


Riley  Hawkins 

Center  for  Rehabilitation  Technology 
Georgia  Tech 
490  Tenth  St. 
Atlanta,  GA  30332 
(404)  894-4960 
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Development  Of  A  3-Dimensional  Measurement  System 
For  Measuring  Alignment  Of  Artificial  Limbs 


K.A.  Moslehi,  S.E.  Solomonidis,  J.P.  Paul 
Bioengineering  Unit,  University  of  Strathclyde,Glasgow. 


Introduction 

Alignment  of  a  prosthesis  is  defined  as  the 
position  and  orientation  of  the  socket  relative 
to  the  other  prosthetic  components  of  the  limb. 
In  current  prosthetic  practice,  to  record  the 
configuration  of  a  prosthesis,  the  alignment  is 
subjectively  "gauged"  to  an  unknown  accuracy. 
As  the  limb  alignment  configuration  can  not  be 
measured  with  any  degree  of  certainty,  loss  of 
alignment  during  various  stages  of  limb 
construction  or  delivery  can  interfere  with  the 
effort  of  the  prosthetist  in  achieving  the 
optimal  alignment.  Hence,  the  need  for 
equipment  to  allow  the  measurement  of  limb 
alignment  has  become  evident. 

Design 

Equipment  for  measuring  the  alignment  of 
lower  limb  prostheses  in  a  clinical  situation  has 
been  designed.  The  system  is  based  on  the 
principles  of  alignment  definition  as  developed 
at  the  University  of  Strathclyde.  Zahedi  et  al. 
(1)  The  system  as  shown  in  figure  1,  consists  of 
an  aluminium  framework  having  a  horizontal 
baseplate,  a  vertical  column  supports  an  upper 
and  a  lower  bracket  for  holding  the  socket  and 
the  shank  of  a  prosthesis.  The  column  also 
carries  two  sets  of  linkages,  an  upper  set  which 
measures  the  position  and  inclination  of  the 
socket  relative  to  the  foot,  and  a  lower  set 
which  measures  the  position  and  inclination  of 
the  knee  joint  relative  to  the  foot.  The  axis  of 
the  socket  is  determined  by  means  of  a 
specially  designed  socket  axis  locator.  The 
lower  assembly  incorporates  a  spring  loaded 
caliper  arrangement  which  locates  on  either 
side  of  the  knee  spindle.  The  toe  out/in  angle 
of  the  foot  is  determined  by  a  plate  which  is 
able  to  swivel  about  the  centre  of  the  system 
coordinate  axis  on  the  base  plate.  The  linkages, 
each  having  six  joints  offer  six  degrees  of 
freedom,  allowing  the  measurement  of 
artificial  limbs  with  any  configuration  or  size. 


The  system  connects  to  a  personal  computer  via 
an  interface.  Software  is  designed  to  acquire 
the  data,  perform  calculations  and  present  the 
alignment  data.  A  patient  filing  system  is  also 
incorporated.  The  operation  of  the  software  is 
through  screen  menus.  The  system  defines  a 
coordinate  axis  reference  on  the  socket  of 
prosthesis  according  to  a  procedure  described 
by  Lawes  et  al  (2),  locates  the  knee  spindle  and 
finally  compares  position  and  orientation  of  the 
socket  and  knee  joint  with  the  axis  of 
prosthetic  foot.  The  alignment  data  are  in  terms 
of  socket  height,  antero/posterior  and 
medio/lateral  shift  and  tilt,  foot  toe  in/out 
rotation  and  in  the  case  of  an  above-knee 
prosthesis  data  includes  knee  height  and 
antero/posterior  medio/lateral  shift  and 
medio/lateral  tilt. 

The  system  can  be  operated  by  a  semi-skilled 
operator  and  on  average  it  takes  10  to  15 
minutes  to  measure  a  below-knee  or  an  above- 
knee  prosthesis  respectively.  The  expected 
accuracy  of  such  system  is  +lmm  and  +0.5° 
degree  for  shift  and  tilt  respectively. 

Calibration  of  the  system 

The  system  is  calibrated  using  a  specially 
designed  mandrel  resembling  an  above  knee 
prosthesis  with  known  geometrical 
configuration.  The  geometry  of  the  mandrel  is 
such  that  once  it  is  set  on  the  measurement  rig, 
the  main  axis  line  of  the  socket  section  (two 
concentric  cylinders)  passes  through  the  centre 
of  the  foot  plate  coordinate  axis  system,  hence 
giving  zero  tilt  and  shift  in  all  direction  of 
measurement.  Two  asymmetric  holes  on  the 
body  of  the  mandrel  resemble  the  axis  of  the 
knee,  again  there  is  no  tilt  or  shift  relative  to 
the  main  frame  coordinate  system. 

Field  trials 

The  field  trial  was  carried  out  at  two  Hospitals 
in  Glasgow  and  at  the  Bioengineering  Unit; 
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fifty  A/K  and  B/K  legs  were  measured, 
repeatability  of  the  system  was  assessed  by 
measuring  each  leg  five  times  consecutively 
and  before  every  measurement  ,  the  leg  was 
removed  and  repositioned  in  the  rig,  and 
measurements  for  every  leg  were  compared. 

Discussion 

During  the  field  trials  it  was  demonstrated  that, 
while  the  present  prototype  requires  certain 
improvements  in  the  design  and  manufacture, 
such  a  system  can  deliver  accurate  and 
repeatable  measurement  of  the  alignment 
parameters.  The  operation  of  the  measurement 
system  is  very  much  in-line  with  the  usual 
procedure  of  making  a  leg,  hence  it  does  not 
require  any  extra  effort  by  limb  fitting  staff. 
Quantification  of  alignment  would  allow  the 
limb  fitting  staff  to  check  the  alignment  at  any 
stage  of  limb  construction.  Moreover,  the 
measurement  of  the  alignment  parameters 
would  provide  a  permanent  record  which 
would  be  useful  when  a  duplicate  prosthesis  is 
required. 

In  using  such  a  measurement  technique,  the 
prosthetist  is  able  to  record  any  changes  made 
to  the  alignment  of  their  patients. 
The  present  prototype  system  requires  certain 
improvements  in  the  design  and  manufacture, 
the  completion  of  the  alignment  measuring  rig 
shall  offer  new  opportunities  to  prosthetists  to 
enhance  their  technique  of  aligning  prostheses 
more  effectively. 

Acknowledgments 

Funding  for  the  research  was  provided  by  The 
Scottish  Home  and  Health  Department  -  U.K.. 


Kamran  Moslehi 
Bioengineering  Unit 
University  of  Strathclyde 
106  Rottenrow 
Glasgow  G4  ONW 
Scotland  U.K 


Figure  1  -  Alignment  measuring 
system. 


References 

1.  Zahedi  M.S.,  S.E.SoIomonidis,  W.D.  Spence 
and  J.P.Paul  (1986) 

"Alignment  of  Lower  Limb  Prostheses".  J. 
Rehab.  Res.  Devel.  23  (2)  2-19. 

2.  Lawes  P.,  Loughran  A.,  Berme  N.:  Lower 
limb  anatomical  and  prosthetic  frames  of 
reference.  In:  Non-Invasive  Clinical 
Measurement,(Biological  Engineering  Society 
15th  Anniversary  International  conference, 
Edinburgh,  August  1975)  DEM  Taylor,  J 
Whammond  (eds).  London:  Pitman  Medical 
1977. 


RESNA  International '92  •  June  6-11,  1992 


347 


ERIC 


362 


20.1 


ASSESSMENT  OF  TRANSPORTATION  TECHNOLOGY: 
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ABSTRACT 

A  survey  was  sent  to  spinal  cord  injured  individuals 
who  travel  in  a  personally-owned  van.  Fifty-two 
percent  drove  their  van  and  59  9&  rode  as  passengers 
(some  respondents  drove  and  rode  as  a  passenger). 
Personal  funds  were  used  by  88%  of  respondents  to 
pay  for  their  van.  Adaptive  equipment  was  paid  for 
by  the  personal  funds  of  62%.  Generally,  consumers 
were  satisfied  with  their  adaptive  equipment. 

INTRODUCTION 

Special  adaptive  equipment  needs  increase  in  order 
for  disabled  persons  to  obtain  a  high  level  of 
independence  in  areas  such  as  self  care,  mobility, 
employment,  leisure,  and  personal  transportation. 
Upon  becoming  disabled,  individuals  have  reported 
not  only  being  physically  disabled  but  also 
"financially  disabled".  Adaptive  driving  equipment 
costs  range  from  as  little  as  $50  to  as  high  as 
$50,000.  In  addition  to  cost,  consumers  also  have 
other  issues  related  to  transportation  such  as  repairs 
to  existing  equipment,  time  required  for  repairs, 
a'temative  transportation  while  their  vehicle  is  in 
repair,  and  payment  for  repairs.  Other  concerns 
include  assurance  that  the  adaptive  equipment 
prescribed  is  truly  necessary  for  the  safe  operation  of 
a  vehicle.  These  issues  don't  even  address  the  costs 
and  time  required  for  driver's  training.  In  order  to 
meet  the  needs  and  safety  issues  of  the  disabled 
consumer,  their  perceptions  and  experiences  should 
be  determined. 

OBJECTIVE 

A  survey  of  individuals  using  adaptive  transportation 
equipment  as  passengers  or  drivers  was  conducted  to 
identify  problems  associated  with  obtaining  and  using 
adaptive  transportation  equipment,  and  to  determine 
the  desires  and  needs  of  disabled  individuals  who  use 
this  equipment.  The  overall  objective  was  to  address 
safety  issues  of  transportation  using  adaptive 
equipment. 

METHOD 


privately  owned  van  for  transportation.  This  sample 
was  identified  using  an  existing  database  of  persons 
with  spinal  cord  injuries  maintained  by  the  Virginia 
Spinal  Cord  Injury  System  (VSCIS).  To  be  included 
in  the  survey,  a  person  must:  1)  have  been  16  years 
old  or  older,  2  )  have  a  functional  spinal  injury  at  Tl 
or  above  or  have  a  central  cord  or  Brown-Sequared 
syndrome,  and  3)  enter  a  personally  owned  van  in 
his/her  wheelchair.  VSCIS  sent  a  survey  to  each 
person  who  met  this  criteria  and  followed  up  the 
mailing  with  a  telephone  call. 

Users  were  asked  to  report  on  types  of  equipment 
used,  service  issues,  and  their  perceptions  of 
satisfaction  with  the  equipment.  The  survey  focused 
on  wheelchair  tie-downs,  occupant  restraints  and 
driving  equipment. 

RESULTS 

Surveys  were  sent  to  200  spinal  cord  injured  persons 
and  128  responses  (64%)  were  received.  Thirty-nine 
percent  of  the  respondents  were  drivers  only,  13% 
were  drivers  and  passengers,  and  48%  were 
passengers  only.  Of  the  65  respondents  who  drove, 
only  14  (21%)  drove  from  their  wheelchairs.  Nearly 
all  of  the  individuals  drove  prioi  to  their  injury 
(98%),  and  64%  of  the  respondents  had  been  injured 
for  over  5  years  (Table  1).  Most  re  .pondents  used 
Ford  (58%),  GM  (25%)  or  Chrysler  (15%)  vans 
(Table  2). 


Table  1 .  Number  of  Years  Disabled 

0-2.5  years  12% 

2.6-5.5  years  24% 

5.6-10.5  years  37% 

10-t-  years  27% 

Table  2.  Type  of  Van 

Ford  55% 

GM  25% 

Chrysler  15% 

VW  2% 


The  target  population  for  the  consumer  survey  was 
spinal  cord  injured  persons  in  Virginia  who  use  a 
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Personal  funds  were  used  by  88%  of  the  respondents 
to  pay  for  the  majority  of  their  van's  cost  (Table  3). 
Over  60%  of  the  respondents  used  personal  funds  to 
pay  for  the  majority  of  the  adaptive  equipment  costs. 
The  Vocational  Rehabilitation  department  was  named 
by  22%  as  paying  the  majority  of  the  equipment  costs 
(Table  4). 

Consumers  listed  problems  with  their  adaptive 
equipment  over  the  previous  12  months  (Table  5). 
Access  and  exit  equipment  had  the  greatest  incidence 
of  problems.  Forty-four  percent  of  the  respondents 
with  lifts  reported  a  problem  as  did  2  of  the  6 
respondents  with  ramps. 

Consumers  were  asked  to  estimate  the  repair  costs  to 
their  adaptive  equipment  over  the  pervious  year.  A 
majority  of  the  repair  costs  (61%)  were  less  than 
$100  and  took  1  day  or  less  (59%)  to  complete 
repair.  Adaptive  equipment  repairs  were  most  often 
paid  for  by  personal  funds  (83%)  (Table  6).  Repair 
work  was  mostly  done  by  the  consumer  or  their 
family/friends  (36%),  followed  by  the  equipment 
installer  (34%)  or  a  service  station  (20%)  (Table  7). 

Of  the  individuals  who  ride  as  a  passenger  while 
seated  in  their  wheelchair,  83%  utilized  a  tie-down 
and  56%  used  an  occupant  restraint.  Wheelchair  tie- 
downs  were  used  by  86%  of  those  who  drive  from 
their  wheelchairs,  and  54%  of  these  respondents  use 
occupant  restraints. 

Adaptive  equipment  "satisfaction  was  determined  by 
analyzing  responses  to  questions  concerning 
durability,  safety,  and  difficulty  in  usmg  equipment, 
and  whether  respondents  reported  problems  with  the 
equipment.  Equipment  satisfaction  is  listed  in  Table 
8. 


Table  3.  WTjo  paid  the  majority  of  the  van's  cost? 

Personal  funds  88% 
Service  club/church  5% 
Other  7% 

Table  4.  Who  paid  the  majority  of  adaptive 
equiptnent  costs  ? 

Personal  funds  62% 

Voc  Rehab  Dept  22% 

Insurance  9% 

Service  club/church  4% 

Other  3% 


Table  5.  Problems  in  the  Last  12  Months 


Equipment 
Lift 

Hand  Controls 
Ramp 

Steering  Equip 
W/C  Tie-down 
Interior  control 
Drop  pan 


#of 

Respondents 

46 
65 

6 
65 
74 
65 

4 


%  With 
Problems 

44 

9 

33 

9 

13 

15 

25 


Table  6.  Repairs  Paid  For 

Personal  funds 
Insurance 

Vocational  Rehabilitation 
Warranty 
Other 


84% 
6% 
5% 
4% 
2% 


Table  7.  Repairs  Adaptive  Equipment 


Self,  family,  friends 
Equipment  installer 
Service  station 
Rehabilitation  facility 
Other 


36% 
34% 
20% 
6% 
5% 


Table  8.  Equipment  Satisfaction 


Equipment 
hand  controls 
dr  occ  restr 
steer  equip 
lift 

pass  occ  restr 
pass  tiedown 
dr  tiedown 
ramp 


ff  of 

Percent 

Respondents 

Satisfied 

57 

86 

7 

86 

44 

84 

119 

83 

45 

80 

57 

72 

12 

50 

6 

50 

DISCUSSION 

This  survey  was  limited  to  spinal  cord-injured 
individuals  in  the  state  of  Virginia.  Therefore,  the 
results  reflect  personal  transportation  in  this  state  and 
do  not  necessarily  generalize  to  other  states.  Certain 
issues  like  funding  and  equipment  are  greatly 
influenced  by  agencies,  driver  evaluation  programs, 
and  vendors  in  the  state.  A  similar  survey  has  been 
administered  in  Arkansas,  whose  results  will  allow 
comparison  between  two  states  in  different  regions  of 
the  country. 

Most  of  the  consumers  (98%)  had  driven  prior  to 
their  injury,  but  yet  only  52%  drive  following  an 
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injury.  Why  is  it  that  these  individuals  do  not  return 
to  independent  driving?  Is  it  a  funding  issue,  a  safety 
issue,  a  physical  ability  issue,  or  due  to  a  lack  of 
desire?  One  possible  answer  to  these  questions  can 
be  found  in  Tables  3  and  4.  In  the  state  of  Virginia, 
personal  finances  are  the  largest  funding  source  for 
both  vans  and  adaptive  equipment,  and  therefore, 
available  funding  probably  hinders  some  consumers 
from  returning  to  independent  driving. 

In  Virginia,  the  Vocational  Rehabilitation  Department 
typically  funds  only  adaptive  equipment,  but  still  was 
the  primary  payment  source  for  only  22%  of  the 
respondents.  We  cannot  determine  how  many  of 
these  SCI  respondents  qualified  for  VR  services,  but 
given  the  adult  group  sampled,  more  coverage  by 
other  services  or  agencies  was  expected.  As  the  data 
indicate,  personal  transportation  in  Virginia  depends 
heavily  on  personal  finances. 

The  incidence  of  problems  with  adaptive  equipment 
varied  depending  on  the  type  of  equipment  (Table  5). 
Regardless  of  the  problem,  most  of  the  repair  costs 
were  minor,  generally  costing  less  than  $100  and 
taking  a  day  or  less  to  repair. 

Because  most  equipment  problems  were  minor,  they 
seemed  to  have  little  effect  on  the  opinion  that  users 
have  of  the  equipment.  For  example,  44%  of  the 
respondents  with  lifts  reported  having  a  problem,  yet 
83%  of  them  are  satisfied  with  the  equipment.  The 
lowest  percentage  of  satisfied  users  was  for  driver 
tie-downs  and  ramps.  Only  50%  of  the  respective 
users  of  this  equipment  were  satisfied,  but  these  two 
types  of  equipment  had  fewer  users  which  might  have 
skewed  the  results. 

Over  80%  of  van  passengers  and  drivers  report 
utilizing  wheelchair  tie-downs,  but  only  about  50%  of 
respondents  seated  in  wheelchairs  use  occupant 
restraints.  The  use  of  tie-downs  is  encouraging,  but 
lack  of  occupant  restraint  use  is  clearly  an  issue  that 
must  be  addressed.  Adequate  design  of  occupant 


restraints  for  persons  seated  in  wheelchairs  is 
difficult,  given  the  different  designs  of  wheelchairs 
and  the  functional  abilities  of  wheelchair  users.  Most 
of  the  drivers  and  passengers  who  use  occupant 
restraints  seemed  satisfied  (Table  8),  but  anecdotal 
evidence  suggests  that  an  improved  design  would 
allow  more  individuals  to  use  occupant  restraints 
independently. 

Most  van  drivers  transfer  from  their  wheelchairs  into 
the  original  OEM  captain's  chairs.  Individuals  are 
encouraged  to  transfer  to  the  original  seat  in  the 
vehicle  because  it  has  been  tested  by  the 
manufacturer  to  sustain  forces  generated  while 
driving  and  in  the  event  of  a  collision. 
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ABSTRACT 

A  survey  was  sent  to  403  driver  evaluators  and 
trainers  throughout  the  United  States,  and  138 
responses  (35%)  were  received  from  44  states.  Most 
of  the  respondents  were  experienced  evaluators;  62% 
were  occupational  therapists.  They  were  asked  to 
report  on  methodologies,  equipment,  and  criteria  used 
when  accessing  an  individual's  ability  to  drive. 
Measurement  of  specific  driving  characteristics  was 
reported  as  being  more  important  than  measuring  non- 
specific physical  characteristics,  yet  only  50%  of 
evaluators  measure  all  of  the  defined  driving 
characteristics.  Most  characteristics  are  measured 
through  observation  or  a  fiinctiona!  test  rather  than 
using  equipment.  The  overwhelming  majority  of 
evaluators  use  subjective  criteria  or  no  criteria  when 
analyzing  the  results  of  a  test.  Despite,  these  results, 
66%  of  evaluators  report  being  satisfied  with  their 
current  evaluation  equipment. 

INTRODUCTION 

For  many  individuals  with  disabilities,  the 
rehabilitation  process  includes  an  evaluation  to 
determine  driving  potential  with  the.  use  of  assistive 
equipment.  This  process  usually  begins  with  a  driving 
evaluation  designed  to  predict  the  ability  of  a  person 
to  safely  operate  a  motor  vehicle.  Driver  evaluation 
programs  across  the  United  States  are  becoming  more 
prevalent,  yet,  at  this  time,  are  generally  unregulated 
and  have  no  nationwide  policy  of  quality  assurance. 
The  methodologies  used  in  driver  evaluation  and 
training  programs  are  not  standardized,  relying  on 
several  factors,  including  the  education  and  training 
background  of  the  evaluator,  and  available  evaluation 
and  training  equipment.  Recently,  a  need  and  desire 
to  improve  the  quality  and  consistency  of  driver 
evaluations  has  been  expressed  by  professionals  in  the 
field  (1).  In  order  to  affect  change  in  evaluation 
procedures,  the  current  practices  and  methodologies 
used  across  the  country  must  be  determined. 

OBJECTIVE 

A  survey  of  driving  evaluators  and  instractors  was 
conducted  to  determine  the  methodologies,  equipment, 
and  criteria  utilized  in  determining  the  driving 
potential  for  individuals  with  disabilities.  The  overall 
objective  was  to  collect  information  that  could  be  used 


to  guide  research  efforts  in  developing  improved 
methods  and/or  equipment  used  in  the  evaluation  of 
disabled  drivers. 

METHODS 

The  target  population  for  the  evaluator  survey  was 
every  driver  evaluator  and  trainer  in  the  United 
States.  A  list  of  potential  respondents  was  compiled 
from  information  disseminated  by  several  groups, 
including  ADED,  AOTA,  RESNA,  AAA,  and  the 
GM  Mobility  Program.  Each  person  was  sent  a 
survey  and  a  follow-up  postcard  and/or  a  telephone 
call  if  no  response  was  received. 

Evaluators  were  asked  to  report  on  the  physical  and 
driving  characteristics  measured  during  an  evaluation 
and  the  methods  used  to  determine  these 
characteristics.  The  survey  also  included  questions 
concerning  equipment  use  in  training  vehicles, 
prescribed  equipment,  standards,  and  fiinding,  but 
these  results  will  not  be  reported  due  to  space 
limitations.  Cognitive  and  visual  tests,  while 
important  in  driving,  were  determined  to  be  beyond 
the  scope  of  this  survey  and  were  not  included. 

Physical  characteristics  were  defined  as  non-specific 
functional  abilities  which  included,  range  of  motion 
(ROM),  manual  muscle  strength,  sensation,  grip 
strength,  pinch  strength,  fine  motor  dexterity ,  and  eye- 
hand  coordination.  Driving  characteristics  were 
defined  as  functional  abilities  specific  to  driving  which 
included  gas  force,  brake  force,  steering  force,  brake 
reaction  time,  and  steering  reaction  time. 

RESULTS 

The  survey  was  sent  to  403  evaluators  and  trainers, 
and  138  responses  (35%)  were  received  from  44 
states.  Most  respondents  (60%)  had  been  performing 
driver  evaluations  for  more  than  5  years.  Most  of  the 
respondents  were  occupational  therapists  (62%),  with 
corrective  therapists  (17%)  and  evaluators  with  an 
education  degree  (18%)  accounting  for  the  most  of  the 
rest.  Evaluators  generally  woi  .^ed  at  a  medical  facility 
(80%),  rather  than  a  educational  facility  (5%)  or  a 
dedicated  driving  program  (6%).  The  driving 
programs  where  the  respondents  worked  varied  in 
size,  but  87%  had  at  least  on  car  and  43%  had  at  least 
one  van.  Incidently,  most  cars  were  from  GM  (76%) 
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and  were  less  than  5  years  old,  and  most  vans  were 
from  Ford  (87%)  and  were  more  than  5  years  old. 

The  perceived  importance  of  each  driving  and  phjjical 
characteristic  is  listed  in  Table  1.  As  stated 
previously,  evaluators  were  aslced  to  rank  each 
between  1  (not  important)  and  5  (essential).  The 
percentage  of  respondents  who  measured  each 
characteristic  is  also  listed.  Driving  characteristics 
were  perceived  as  more  important  than  the  physical 
characteristics,  yet  a  lower  percentage  of  evaluators 
measure  driving  characteristics.  Generally, 
respondents  who  measure  a  characteristic  ranked  it  as 
more  important  than  those  who  did  not  measure  that 
characteristic.  Responden'.s  were  grouped  according 
to  their  background  as  therapy,  education,  and  other. 
Only  the  perceived  importance  of  brake  force  and 
manual  muscle  strength  differed  significantly 
according  to  the  evaluators'  backgrounds. 

The  methods  used  to  measure  driving  and  physical 
characteristics  varied  greatly.  Many  were  determined 
through  observation  or  via  functional  tests;  evaluation 
procedures  exhibited  little  consistency  across 
respondents.  The  most  common  measurement 
technique  reported  by  respondents  who  measured  each 
physical  characteristic  involved  equipment  or  a 
standard  evaluation  procedure  (Table  2).  Driving 
characteristics  were  most  commonly  determined  by 
observing  the  task  while  'n  an  evaluation  vehicle, 
except  brake  reaction  time  which  was  most  often 
measured  using  commercially-available  equipment 
(Table  3). 

TABLE  1.  Perceived  Importance 


Avg 

%  of 

Characteristic"! 

Score 

ResDondcnts 

br  react  time 

4.55* 

89.9 

St  react  time 

4.51* 

56.5 

brake  force 

3.66*-!- 

50.7 

steering  force 

3.51* 

57.2 

gas  force 

3.44* 

51.4 

ROM 

3.27 

95.7 

sensation 

3.23* 

78.3 

man  muse  strength 

3.17*-!- 

94.9 

eye-hand  coord 

2.90* 

78.3 

fine  motor  coord 

2.79 

65.9 

grip  strength 

2.68* 

87.7 

pinch  strength 

1.61* 

64.5 

*  scores  of  measure  vs.  do  not  measure  groups  were 

significantly  different  at  p<  .05 
+  scores  differed  significantly  by  background  ot 

respondent  (p<  .05) 


The  respondents  reported  on  the  criteria  or  norms  used 
to  judge  an  individual's  driving  characteristics.  Most 
respondents  used  subjective  criteria  or  no  criteria 
when  analyzing  the  results  of  their  evaluation.  The 
prevalence  of  criteria  is  included  in  Table  4,  as  is  the 
percentage  of  re.:.pondents  who  used  equipment  to 
measure  the  particular  characteristic  rather  than  an 
observational  or  functional  test. 

When  asked  if  their  evaluation  equipment  was 
adequate,  66%  of  the  respondents  answered  'yes'. 

TABLE  2.  Physical  Characteristic:  Most  Common 
Measurement  Method 


Characteristic 
ROM 

man  muse  strgth 
sensation 
grip  strength 
pinch  strength 
fine  motor  dext 
eye-hand  coord 


Most  Common  Method 
(%  Respondents^ 
goniometer  (55%) 
man  muse  test  (55  %) 
position  sense  (60%) 
dynamometer  (62%) 
pinch  meter  (54%) 
functional  test  (27%) 
observation  (27%) 


TABLE  3.  Driver  Characteristics:  Most  Common 
Measurement  Method 


Characteristic 
gas  force 
brake  force 
steer,  force 
br  react  time 
St  react  time 

DISCUSSION 


Most  Common  Method 
(%  Respondents^ 
in  vehicle  (17%) 
in  vehicle  (20%) 
in  vehicle  (58%) 
Porto-clinic  (44%) 
in  vehicle  (55%) 


Results  of  this  survey  are  useful  in  defining  current 
evaluation  procedures  and  equipment.  Analysis  of 
these  results  illustrates  the  lack  of  a  standard 
methodology  in  determining  driving  capability,  and 
may  identify  some  areas  wnere  further  research  and 
development  are  needed. 

All  the  physical  characteristics  were  rated  lower  in 
importance  than  the  driving  characteristics,  yet  a 
higher  percentage  of  respondents  measure  physical 
characteristics.  This  may  occur  because  physical 
characteristics  can  be  measured  with  simple 
inexpensive  equipment  or  by  techniques  commonly 
use*  therapists. 
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Respondents  who  measured  a  particular  characteristic 
tended  to  rate  its  impoilance  higher  than  respondents 
who  did  not  measure  that  characteristic.  This  result 
seems  to  demonstrate  the  lack  of  standardized 
evaluation  procedures,  and  even  the  lack  of  a 
consensus  on  the  importance  of  particular 
measurements. 

Analysis  of  the  responses  after  dividing  the  evaluators 
into  three  groups  according  to  their  educational 
background  (therapy,  education,  and  other)  did  not 
produce  many  significant  results.  Only  brake  force 
and  manual  muscle  strength  was  judged  differently 
across  the  groups.  This  result  can  be  interpreted  in 
several  ways  including:  the  lack  of  evaluation 
standardization  crosses  all  educational  backgrounds, 
and  the  perceived  importance  of  each  measure  is  due 
to  something  other  than  an  evaluator's  education. 

Surprisingly,  66%  of  the  respondents  were  satisfied 
with  their  evaluation  equipment,  yet  only  about  50% 
of  them  measure  all  of  the  driving  characteristics  they 
reported  as  important.  One  possible  explanation  for 
this  may  be  that  evaluators  feel  that  the  ability  to  drive 
is  better  determined  in  a  vehicle  rather  than  by  a 
clinical  test.  However,  the  lack  of  inexpensive 
clinical  equipment  that  can  mimic  necessary  driving 
functions  may  deprive  potential  drivers  judged  as 
'unable  to  drive',  of  the  opportunity  to  practice,  train, 
and  improve  before  entering  a  training  program. 


Another  area  that  seems  lacking  is  the  availability  and 
use  of  established  criteria  to  judge  the  driving 
characteristic  measures.  Except  for  brake  reaction 
time,  an  overwhelming  majority  of  evaluators  who 
measure  driving  characteristics,  use  subjective  or  no 
criteria  after  performing  the  test.  Research  in  this 
area  may  be  warranted  to  identify  equipment  able  to 
measure  these  characteristics  and  then  determine  a 
relationship  between  test  results  and  actual  driving 
ability. 
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TABLE  4.  Criteria  Used  with  Driving  Characteristics 


Measure 

%  who  use 
equipment 

commercial 

company 

criteria 

in-house 
criteria 

subjective  or 
no  criteria 

gas  force 

31% 

6% 

12% 

82% 

brake  force 

33% 

6% 

17% 

77% 

steering  force 

44% 

4% 

16% 

80% 

br  react  time 

85% 

73% 

6% 

21% 

St  react  time 

45% 

26% 

12% 

62% 

r 
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Transportation  Rehabilitation  Engineering  Center 
University  of  Virginia 
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ABSTRACT 


METHODS 


A  survey  was  sent  to  370  equipment  vendors  and 
vehicle  modification  companies  throughout  the  United 
States,  and  123  (34%;  responses  were  received  from  36 
states.  Most  vendors  seemed  satisfied  with  the 
equipment  prescriptions  that  they  received  from 
evaluators.  A  majority  of  the  respondents  custom 
fabricated  or  modified  driving  and  safety  equipment. 
Lifts  and  external  controls  were  reported  to  be  the  least 
difficult  to  install,  yet  were  the  most  common 
equipment  serviced  by  the  respondents.  This 
information  will  be  used  to  study  adaptive  driving 
equipment  and  to  develop  equipment  evaluations  and 
vehicle  modification  procedures. 

INTRODUCTION 

In  order  to  drive  safely,  an  individual  with  a  disability 
often  requires  adaptive  driving  equipment.  Equipment 
vendors  and  vehicle  modifiers  become  involved  in  the 
process  of  appropriate  equipment  acquisition  and  play 
an  important  role  in  ensuring  consumer  safety.  The 
knowledge  and  experience  of  these  vendors,  as  well  as 
the  methods  used  to  modify  vehicles  are  important  to 
the  study  of  personal  transportation.  A  few  states 
regulate  vehicle  modifications  and  equipment  installation 
through  inspection,  but  generally,  this  aspect  of 
assistive  technology  remains  unregulated.  The  National 
Mobility  Equipment  Dealers  Association  (NMEDA)  has 
recognized  the  need  for  certification  of  vendors  and  has 
been  developing  a  certification  process  for  its  members. 
The  Society  of  Automobile  Engineers  (SAE)  is 
addressing  the  issue  of  quality  assurance  by  developing 
recommended  practices  on  vjhicle  modifications,  hand 
controls,  powered  controls,  lifts,  and  tie  downs  and 
occupant  restraints.  These  endeavors  are  being 
developed  to  increase  the  safety  of  personal 
transportation  for  persons  with  disabilities. 

OBJECTIVE 

A  survey  of  adaptive  driving  equipment  vendors  was 
conducted  to  collect  information  on  equipment, 
installation,  servicing,  and  funding  issues.  The  overall 
objective  was  to  identify  modification  and  equipment 
practices  and  equipment  issues  that  would  be  useful  in 
the  development  of  standards  and  the  design  of  optimal 
equipment  and  systems. 


The  target  population  was  every  vendor  in  the  United 
States.  A  list  of  potential  respondents  was  compiled 
from  information  disseminated  by  several  groups 
including  NMEDA,  ADED,  AAA,  RESNA,  SAE,  and 
the  CM  Mobility  Program.  Each  person  was  sent  a 
survey  and  a  follow-up  postcard  and/or  telephone  call 
if  no  response  was  received. 

Vendors  were  asked  to  report  on  the  types  of  equipment 
they  install  and  service,  structural  modifications 
performed,  equipment  prescriptions,  and  funding 
sources  that  pay  for  their  services.  The  survey  focused 
on  many  types  of  equipment,  including  raised  roofs, 
lifts,  dropped  floors,  drop  pans,  six-way  power  seats, 
hand  controls,  power  controls,  occupant  restraints,  and 
tie  downs. 

RESULTS 

Surveys  were  sent  to  370  vendors,  and  123  responses 
(34%)  wer«  received  from  36  states.  Two-thirds  of  the 
respondents  were  members  of  at  least  one  national 
organization  (Table  1).  The  majority  of  respondents 
were  full-service  vendors  who  performed  all  of  the 
work  necessary  for  a  van  modification,  rather  than 
contracting  out  the  work,  or  referring  the  customer 
elsewhere  (Table  2).  Twenty-five  percent  of  the 
vendors  reported  doing  driver  evaluations  themselves. 

Table  1.  Membership  in  National  Organizations 


Organization 
NMEDA 
ADED 
RESNA 

Not  a  member  of 
an  organization 


%  of  respondents 
52 
25 
10 


34 


Table  2.  Type  of  "Nork  Done 


lypg 

lift  installation 
electric  wiring 
1  &  2  controls 
welding 
raised  roof 
drop  floor 
conversion  van 
zero/reduced  effort  controls 


Percent  of  respondents 
96 
95 
90 
86 
82 
80 
65 
60 
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About  one  half  of  the  vendors  felt  appropriate 
equipment  was  prescribed  for  their  customers  (Table  3), 
and  only  5%  reponed  changing  prescriptions  regularly 
(Table  4). 

Vendors  were  asked  to  estimate  how  often  they 
fabricated  equipment  or  modified  commercially- 
available  equipment  for  their  customers  (Tables  5  and 
6).  Console  and  secondary  controls  were  the  most 
commonly  fabricated  or  modified  by  the  respondents. 

Installation  of  lifts,  raised  roofs,  and  external  lift 
controls  were  the  least  difficult  installations  according 
to  the  respondents  (Table  7),  Lifts,  external  controls 
and  six  way  power  seats  were  identified  as  the 
equipment  requiring  most  frequent  service  (Table  8). 

Vendors  reported  on  the  funding  sources  that  purchased 
vehicles  and  equipment  for  their  consumers  (Table  9). 
The  Veterans  Administration  (VA)  was  named  by  90% 
of  the  respondents  as  a  purchaser  of  both  vans  and 
equipment.  State  agencies  purchase  equipment  (90%) 
more  often  than  vehicles  (45%).  Insurance  and 
Workman's  Compensation  programs  were  also  named 
as  common  sources  of  funding.  Blue  Cross/Blue  Shield 
and  Medicare/Medicaid  were  rarely  named  as  funding 
agencies,  being  mentioned  by  about  10%  of  the 
respondents.  Over  50%  of  the  respondents 
acknowledged  that  the  funding  source  influenced  their 
price  estimates. 

Table  3.  /.?  tlie  equipment  prescribed  uppropriale  to 
the  customer? 

Always  48% 
Sometimes  52% 
never  0% 

Table  4.  //ovv  often  do  yim  change  prescriptions  ? 


%  of  the  time 
0-25% 
26-50% 
51-100% 


%  of  respondents 
62% 
33% 
5% 


Table  5.  Custom  Fabrication  Equipment 


%  of  the  time 


Custom  Made  F-uuip 

1-50% 

51-100% 

nev 

lap  belts 

34 

10 

56 

shoulder  belts 

36 

14 

51 

console  controls 

46 

30 

24 

2°  controls 

46 

28 

25 

steering  devices 

33 

7 

60 

door  controls 

32 

18 

50 

lift  controls 

36 

14 

50 

DISCUSSION 

The  results  of  this  survey  provide  a  useful  insight  into 
the  current  business  of  vehicle  modifications.  Given  that 
this  is  a  growing  industry  largely  unregulated,  analysis 
of  the  results  gives  rise  to  interesting  conclusions. 

Despite  being  in  existence  only  2  years,  NMEDA  seems 
to  be  attracting  a  large  percentage  of  vendors.  About 
half  of  the  respondents  were  members  of  this 
organization,  but,  of  course,  there  is  no  way  of 
determining  the  memberships  of  the  247  vendors  who 
did  not  respond  to  the  survey. 

Table  6.  Modification  of  Commercial  Equipment 


%  of  the  time 


Mod,  to  Equip 
lap  belts 

shoulder  belts  51 
console  controls 
2  controls 
steering  devices 
door  controls 
lift  controls 


1-50% 

51 

12 

56 

61 

46 

49 

54 


51-100% 
6 

37 
18 
13 
5 

10 
9 


never 
43 

25 
25 
48 
40 
35 


Table  7.  Difficult  Installation  (least  difficult) 


Equipment 
lifts 

raised  roofs 
ext  controls 


Often 

0 

1 

2 


Sometimes 
23 
18 
22 


Never 
77 
81 
76 


Table  8.  Equipment  Serviced  the  Most  (top  3) 


Equipment 
lifts 

ext  controls 
6-way  seats 


Often  Sometimes  Never 

26        71  3 

12         80  8 

8  83  9 


Table  9.  Funding  Vehicle  and  Equipment  Purchase 
%  of  respondents 


Fundine  Source 

Vehicles 

Equipment 

VA 

91 

90 

State  agency 

45 

93 

Insurance 

45 

61 

Workman's  Comp 

38 

76 

Blue  Cross/BS 

5 

8 

Medicare/Medicaid 

3 

11 

Tabic  10. 

estimates 


Docs  funding  source  influence  price 
%  of  respondents 


Always 
11% 


Sometimes 
44% 


Never 
45% 
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Vendors  seem  to  be  equipped  to  handle  the  most 
common  van  modifications.  Over  80%  of  them  reported 
that  their  companies  can  install  lifts,  rewire  tlie 
controls,  raise  roofs  and  drop  floors.  Installation  of  the 
highly  advanced  zero/reduced  effort  power  controls  was 
not  attempted  by  as  many  vendors,  as  only  60%  of  the 
respondents  reported  performing  this  installation. 

Vendors  seem  generally  pleased  with  the  equipment 
prescriptions  that  they  are  given  by  driver  evaluators. 
They  reported  that  the  equipment  prescribed  was  always 
or  sometimes  impropriate  for  the  customer  and  only  5% 
reported  changing  the  prescription  over  50%  of  the 
time. 

The  varied  functional  abilities  of  the  consumer  is 
reflected  by  the  amount  of  custom  fabrication  and 
modification  of  equipment  done  by  vendors.  About  one- 
half  of  the  respondents  still  find  the  need  to  custom 
make  occupant  restraints  and  about  60%  of  them  report 
making  modifications  to  this  equipment. 

The  apparent  frequency  of  customi^itig  and  modifying 
occuouit  restraints  seems  to  identify  a  need  for  better 
design  or  at  least,  design  criteria  for  this  important 
safety  equipment.  Vendors  are  put  in  a  difficult 
situation  since  the  original  equipment  manufacturers' 
(OEM)  restraint  systems  are  not  designed  for  use  by 
someone  driving  from  a  wheelchair.  Nonetheless, 
occupant  restraints  must  be  built  to  withstand  high  loads 
and  must  fit  properly  around  the  body  to  be  effective, 
and  custom  fabrication  or  modification  of  these  systems 
may  compromise  their  usefulness  in  crash  situations. 

Lifts,  external  controls,  and  raised  roofs  were  reported 
to  be  the  least  difficult  to  install,  yet  lifts  and  external 
controls  were  named  as  the  equipment  that  required  the 
most  service.  Frequent  servicing  of  these  two  devices, 
in  addition  to  six-way  power  seats,  may  signal  a  need 
for  a  maintenance  schedule  to  avoid  problems  or 
possibly,  the  design  of  this  equipment  should  be 
reevaluated  in  terms  of  durability. 

Funding  has  historically  been  and  continues  to  be  an 
important  issue  to  everyone  involved  in  rehabilitation. 
The  costs  associated  with  purchasing,  modifying,  and 
equipping  a  van  for  a  driver  with  a  disability  can  be 
quite  high,  often  exceeding  $20,000.  This  survey 
collected  infomiation  from  the  people  who  often  must 
deal  with  an  equipment  prescription  from  an  evaluator, 
a  funding  agency,  and  of  course,  the  consumer. 

The  vendors  were  asked  to  list  agencies  that  provide 
funo.'ng  for  vehicles  and  equipment.  The  VA  seems  to 
be  the  most  consistent  source  of  funding  for  the 
respondents,  as  over  90%  of  them  reported  the  VA  as 
funding  both  vehicles  and  equipment.  Of  course,  the 
VA  only  covers  a  small  portion  of  citizens,  so 


consumers  often  must  receive  support  from  other 
organizations.  State  agencies  were  also  named  by  90% 
of  the  respondents  as  purchasing  equipment,  but  a  lower 
percentage  (61%)  reported  that  states  paid  for  vehicles. 
Insurance,  both  private  and  state-supplied,  and 
Workman's  Compensation  programs  also  fund  a  fair 
amount  of  transportation  equipment.  Insurance  was 
named  by  45%  of  the  respondents  as  funding  vehicles, 
and  by  61%  as  purchasing  adaptive  equipment. 
Similarly.  38%  of  the  vendors  listed  Workman's  Comp 
as  a  purchaser  of  vehicles,  and  a  slightly  higher 
percentage  (76%)  mentioned  it  as  a  source  for  adaptive 
equipment  funding.  Blue  Cross/Blue  Shield  and 
Medicare/Medicaid  were  mentioned  by  10%  or  less  of 
the  respondents  as  funding  sources.  These  percentages 
in  no  way  reflect  the  portion  of  consumers  that  are 
funded  by  each  agency;  they  simply  reflect  the 
percentage  of  respondents  which  named  these  agencies 
as  funding  vehicles  and/or  adaptive  equipment. 

Over  50%  of  the  respondents  acknowledged  that  the 
funding  source  always  or  sometimes  influences  their 
price  estimates.  A  bidding  process,  often  employed  by 
funding  agencies,  is  used  to  minimize  the  costs  of 
equipment  and  vehicle  modifications.  Research  is 
needed  to  determine  whether  the  quality  of  the 
equipment  or  modification  is  compromised  when  a 
vendor  consciously  alters  a  bid  according  to  the  source 
of  funding,  and  whether  the  bidding  process  rewards 
vendors  who  cut  costs  by  cutting  quality.  Hopefully,  the 
development  of  equipment  and  modifications  will  better 
ensure  the  quality  and  safety  of  modified  vans. 

In  conclusion,  this  survey  provides  an  interesting 
examination  of  the  practices  and  opinions  of  equipment 
vendors.  The  results  should  prove  useful  for  those 
sttidying  the  field  of  personal  transportation,  and  may 
be  applied  when  evaluating  equipment  and  developing 
industry-wide  standards. 
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Introduction 

The  University  of  Virginia  Rehabilitation 
Engineering  Center  for  Personal  Licensed  Transpor- 
tation for  Disabled  Persons  was  established  to 
provide  improved  technology  with  potential  to 
provide  benefit  to  more  than  250,000  Americans 
who  would  be  best  served  with  vans  for  their 
personal  transportation  needs.   To  this  end  a  list  of 
absolute  priorities  was  published  in  the  April  25, 
1989  issue  of  the  Federal  Register.  The  first  prior- 
ity was  to  evaluate  and  est  existing  vehicle  modifi- 
cation devices  and  equipment.    These  tests  and 
evaluations  will  be  consistent  with  any  standards 
and/or  specifications  of  existing  DOT  and  SAE 
Standards  for  adaptive  devices.   The  SAE  has  for 
the  past  several  years  established  committees  to  set 
standards  on  these  vehicle  modification  devices  and 
equipment  for  the  physically  challenged.   The  SAE 
Adaptive  Devices  Subcommittee  has  developed  a 
new  standard  for  the  performance  of  wheelchair 
lifts  that  are  used  with  personally  licensed  vans. 
This  SAE  Subcommittee  requested  help  from  the 
University  of  Virginia  to  aid  the  committee's  ef- 
forts in  the  evaluation  phase  of  the  standard. 
University  of  Virginia  Transportation  Rehabilita- 
tion Engineering  Center  agreed  to  evaluate  the  SAE 
Recommended  Test  Procedure  and  Recommended 
Practice  draft  documents  entitled  Wheelchair  Lifting 
Device  for  Eniry  and  Exit  from  a  Personally  Li- 
censed Vehicle.  October  6.  19')0. 

This  proposed  test  procedure  is  for  Qualification 
Testing  of  electrically  powered  hydraulic  or  me- 
chanically operated  devices  which  permit  a  person 
in  a  manual  or  powered  wheelchair  to  enter  or  exit 
a  personally  licensed  vehicle.  The  test  procedure 
establishes  minimum  test  requirements  for  compli- 
ance. A  lift  completing  the  test  series  without 
failure  under  this  procedure  is  considered  in  com- 
pliance. 

The  test  procedure  consists  of  four  series  of  tests 
which  include   receiving  inspection  tests,  visual 
inspection  of  the  installed  lift  tests,  specification 
tests  and  a  series  of  stress  tests. 
Methods 

Initial  dimensional  measurements  (Table  I)  were 
made  of  several  different  vans  at  local  dealerships 
in  the  area  (Ford,  GM  and  Dodge)  to  set  the  basic 
dimensional  specifications  for  the  test  device.  The 
clearance  dimensions  for  the  table  are:  width  54", 
height  60",  height  from  ground  42".  The  testing 
table  was  designed  to  sustain  a  load  of  3,000  Ibj  at 
a  distance  approximately  21  inches  from  the  front 
edge.  The  table  is  made  up  of  three  parts:  the 
base,  the  legs  and  reinforcement  angles,  and  the 


table  top,  (Figures  I  and  2).  The  base  consists  of  a 
steel  sheet,  5  ft.  i.y  6  ft.  by  1/4  in.  The  legs  are 
made  of  steel  angle  and  are  bolted  to  supports 
welded  to  the  base.  The  table  top  is  0.24  in. 
aluminum  and  is  bolted  to  the  deck  supports  which 
are  connected  to  the  legs.  The  test  structure  is 
equipped  with  a  horizontal  steel  beam  located  54 
inches  above  the  front  edge  of  the  platform  to 
provide  an  anchor  point  for  the  top  of  the  lifts. 

No  attempt  was  made  in  the  design  to  simulate  the 
dimensional  constraints  of  a  typical  van  door 
assembly  other  than  the  height.  The  platform  is 
also  rigid  and  does  not  simulate  the  elastic  deforma- 
tion of  a  typical  vehicle's  sheet  metal  structure 
mounted  on  a  soft  suspension  system. 

A  loading  mechanism  was  designed  that  will  allow 
a  rigid  horizontal  beam  to  be  placed  above  the 
raised  (van  floor  height)  lift  platform  and  be  posi- 
tioned so  that  a  hydraulic  ram  can  provide  the 
2,400  lb  downward  static  load  on  the  center  of  the 
platform  for  the  Static  Ultimate  Load  Test,  (figure 
3).  Ricon  Inc.  was  generous  enough  to  donate  a 
footplate  and  the  hydraulic  ram  that  conformed  to 
the  Recommended  Test  Procedure  5.3.  The  pres- 
sure in  the  ram  is  monitored  by  a  pressure  gage. 
The  force  is  calculated  by  multiplying  the  pressure 
by  the  area  of  the  hydraulic  piston.  The  Static 
Proof  Load  Test  and  Accelerated  Life  Cycle  Test 
loads  are  developed  by  dead  weights  loaded  onto 
the  lift  platform. 

The  controls  and  instrumentation  are  shown  in 
Figure  4.  A  12  volt  125  ampere  D.C.  power  supply 
provides  the  power  to  drive  the  lifts.  The  power 
supply  is  connected  to  240  volt  AC  two  phase 
power.  A  200  amp  50  mv  shunt  placed  in  series 
with  the  +12  VDC  power  supply  output  is  connect- 
ed to  a  strip  chart  recorder  which  will  record  the 
time  history  current  demands  of  the  main  lift 
motor. 

Four  SPOT  electrical  mechanical  relays  on  the 
computer  relay  board  are  connected  in  parallel  to 
the  fold,  unfold,  up  and  down  momentary  switches 
on  the  pendants  supplied  with  the  lifts.  If  pendants 
were  not  supplied  then  the  relays  were  wired  to  the 
Switches  directly  on  the  lift.  No  other  changes  in 
the  electrical  circuits  are  made  to  the  lift  controls. 

Sensing  of  th?  lift  position  was  usually  accom- 
plished by  monitoring  the  voltage  on  the  two  con- 
trol wires  to  the  two  main  motor  relays.  When  the 
control  logic  of  the  lift  did  not  automatically  de- 
energize  the  main  motor  relays,  limit  switches  were 
temporarily  installed  at  selected  positions  on  the  lift 
to  provide  appropriate  logic  signals  to  the  computer 
data  acquisition  board. 
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Software  programs  have  been  written  In  BASIC  to 
sequence  the  typical  lift  through  the  unfold-down- 
up-fold  cycle  for  the  accelerated  life  cycle  test  by 
activating  the  correct  relay  after  the  appropriate 
control  signals  have  been  received. 

The  duty  cycle  for  the  lifts  was  not  specified  by 
the  manufacturers;  however,  a  maximum  motor 
housing  temperature  was  specified  by  some.  A 
thermocouple  was  mounted  on  the  electric  motor  to 
monitor  the  motor  housing  temperature.  The 
software  monitored  this  signal  and  placed  the  lift  in 
a  controlled  wait  state  to  allow  the  motor  to  cool 
down  if  the  motor  temperature  exceeded  the 
manufacturers'  specification.  The  recommended  six 
duty  cycle  delay  time  was  monitored  and  if  the 
motor  did  not  cool  down  below  the  manufacture 
specified  temperature  rating  the  lift  cycle  testing 
was  stopped. 

Five  lifts  have  been  Identified  by  the  SAE  commit- 
tee and  UVA  TREC  to  be  used  In  the  evalusrion. 
four  platform  lifts  and  one  rotary  lift  which  repre- 
sent a  significant  spectrum  of  the  types  of  lift 
designs.  The  platform  lifts  Include  track  and  paral- 
lelogram lifting  frames  driven  by  both  hydrau- 
lic/electric and  electromechanical  devices.  Four  of 
the  lifts  were  donated  and  one  was  purchased. 

The  evaluation  consists  of  a  number  of  receiving 
Inspection  tests,  visual  inspection  of  Installed  lift 
tests,  specification  tests  and  a  series  of  stress  tests. 
The  receiving  inspection  tests  include  checking  for 
■documentation,  placard  placement  and  flammability 
documentation  based  on  FMVSS  no.  30?..  The 
visual  inspection  of  the  installed  lift  includes  In- 
spection of  electrical  components,  chain  drive 
components,  hydraulic  components,  power  screw 
components,  fasteners,  and  controls.  Also  included 
are  preliminary  weldment  Inspections,  occupant 
hazard  test  and  a  slip  resistance  test.  In  addition 
dimensional  measurements,  inspection  for  single 
point  failure  points,  electrical  ha2.ards,  circuit 
breaker,  load  distribution,  vandal  protection,  wire 
rope  tests  and  maintainability  inspections  are  re- 
quired. The  specification  tests  include:  control 
switch  tests,  water  spray  tests,  electrical  current 
tests,  platform  angle  tests,  finish  coating  tests, 
maximum  acceleration  tests,  maximum  slope  tests, 
platform  openings,  wheelchair  retaining  tests  and  a 
threshold  warning  test.  Tests  for  the  manual 
backup  system  are  also  Included. 

The  stress  tests  Include  an  accelerated  life  cycle 
test,  a  static  proof  load  test  and  a  static  ultimate 
load  test  administered  In  the  order  listed.  The 
accelerated  life  cycle  test  consists  of  4,400  loaded 
and  unloaded  cycles  with  the  load  being  600 
pounds.  The  static  proof  load  test  consists  of 
loading  the  lift  to  1.5  times  the  rated  load  and  then 
cycling  10  times  with  a  600  pound  load.  The  static 
ultimate  load  test  consists  of  a  2,400  pound  load 
applied  for  two  minutes. 


Discussion 

This  proposed  standard  is  very  stringent  and  will 
require  most  of  the  manufacturers  to  redesign  some 
of  the  mechanical  components  of  their  lifts.  Most 
will  need  to  add  a  threshold  warning  system  (audi- 
ble) which  warns  a  user  inside  the  vehicle  that  the 
lift  is  deployed  as  they  approach  the  door  to  pre- 
vent accidental  rolling  of  the  wheelchair  out  of  the 
door  onto  the  ground.  Some  will  need  to  add  an 
automatically  operating  device  at  the  ground-to- 
platform  entry/exit  area,  the  purpose  of  which  is  to 
prevent  the  wheelchair  and  occupant  from  rolling 
off  the  lift. 

While  most  lifts  manufactured  today  will  not  pass 
all  aspects  of  the  standard,  most  conform  to  a  sig- 
nificant number  of  the  specifications.  It  is  expect- 
ed that  the  standard  will  Increase  the  performance 
and  safety  levels  of  all  lifts  manufactured  in  the 
future. 
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INTRODUCTION 

The  use  of  the  public  transportation  systems  by 
the  nearly  1.2  million  wheelchair  users  is 
restricted  by  the  lack  of  an  easily  applied  universal 
wheelchair  and  user  securement  system.  As  part 
of  the  project  ACTION  program,  funded  by  the 
Urban  Mass  Transportation  Administration, 
experiments  have  been  carried  out  to  develop  safe, 
user-friendly  and  acceptable  securement  systems 
for  wheelchair  users  on  vehicles  of  public 
transportation.  This  paper  will  describe  the 
kinematics  of  a  seated  body  in  a  wheelchair  during 
crash  simulation  tests.  The  results  were  obtained 
by  a  rapid  method  of  body  motion  analysis  using 
high  speed  cinematography  taken  during  crash 
simulation  tests  using  various  restraints  on 
wheelchairs  and  a  seated,  instrumented 
anthropomorphic  dummy.  The  objective  of  the 
analysis  was  to  quantitate  body  movements  and 
relate  displacements  during  phases  of  the  crash 
event  to  the  measured  kinematics  of  the  simulation 
tests. 

METHODS 

Proper  use  of  lap  and  shoulder  belts  is  critical  to 
protecting  travelers  in  automobile  seats  during  a 
crash.  A  similar  level  of  crash  protection  is 
needed  for  wheelchair  passengers  in  vehicles  of 
public  transportation.  There  are  fundamental 
differences  between  the  mechanics  of  securing 
passengers  seated  in  wheelchairs  and  automobile 
seats.  A  wheelchair  is  a  flexible,  mobile  seat  that 
is  significantly  higher  than  the  automobile  seat. 
These  and  other  characteristics  need  to  be 
considered  in  the  design  of  restraints  and  crash 
simulation  experiments. 

A  Hygc  Impact  Simulator  (1)  was  used  to  evaluate 
both  commercially  available  wheelchair  tie-down 
systems  and  new  concepts  developed  in  the 
project.  The  results  of  these  crash  simulations 
were  used  to  characterize  the  response  of  the  test 
dummy.  The  independent  variables  were  the 
wheelchair  tj-pe,  wheelchair  restraints,  use  of 


shoulder  belts,  lap  belt  anchor  points,  and  the 
magnitude  of  the  impact 

Five  views  of  high-speed  (1000  frames/sec)  films 
were  taken  to  record  displacements  during  the 
crash  event.  Data  was  also  collected  from  on- 
board instrumentation  to  measure  wheelchair  and 
dummy  (Hybrid  HI  50th  percentile  male)  response 
as  listed  below  in  Table  I. 

TABLE  I 

INSTRUMENTED  DATA  COLLECTION 
DURING  CRASH  SIMULATIONS 

Motion 

Wheelchair  acceleration  (3  axes) 
Dummy  head  acceleration  (3  axes) 
Dummy  chest  acceleration  (3  axes) 
Dummy  hip  acceleration  (3  axes) 
Dummy  chest  compression 
Shoulder  belt  "pay-out" 
Shoulder  belt  elongation 
Lap  belt  elongation 

Forces 

Wheelchair  to  floor  contact  forces  (3  axes) 
Wheelchair  restraint  tension 
Shoulder  belt  tension 
Lap  belt  tension 

RESULTS 

There  was  a  consistent  sequence  of  events  that 
characterized  the  response  of  a  wheelchair  seated 
body  during  a  simulated  crash.  (See  Figure  1)  The 
.sequence  could  be  applied  to  describe  the 
dummy's  response  when  Svdted  in  manual 
wheelchairs,  powered  wheelchairs  and  three 
wheeled  scooters  during  10  g  and  20  g  crashes.  In 
all  tests,  the  simulated  impact  was  a  half  period 
sine  wave  acceleration  with  a  duration  of  100 
msec.  The  dummy  was  tightly  restrained  by  a  lap 
belt  and  the  wheelchair  was  secured  to  the  accel- 
eration platform.  Representative  data  collected 
from  the  motion  pictures  and  instruments  on  the 
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Wheelchair: 


Scooter: 


Initial 
Position 


End  of  End  of  End  of  End  of 

Linear  Forward  Rebound  Extended 

Translation       Rotation  Rebound 

Figure  1.  Kinematics  of  a  seated  body  in  a  restrained  wheelchair  during  a  simulated 
vehicle  crash.  Lap  and  shoulder  belts  are  applied 


dummy  and  acceleration  platform  are  shown  in 
Table  II  for  two  wheelchair  types. 

Phases  of  Body  Movement  During  Crash 
Simulation 

The  body  motion  was  divided  into  four  phases,  the 
end  of  each  was  defined  by  the  movements  of  the 
hip,  neck,  back  and  head. 

Phase  I  •  Linear  Translation 

During  the  first  80  to  100  msec  after  impact,  the 
dummy  moves  forward  8  to  1 1  inches  with  joint 


angles  remaining  relatively  constant.  This  phase 
is  highly  consistent  in  all  tests.  The  end  of  this 
phase  is  defined  by  the  maximum  forward  hip 
motion  (see  Figure  2). 

Phase  n  -  Forward  Rotation 

As  the  hip  motion  reverses,  the  trunk,  head,  thighs 
and  shins  rotate  forward.  This  is  when  the 
maximum  forward  displacement  of  the  head,  chest 
and  legs  occur.  An  effective  shoulder  belt  signifi- 
cantly limits  fonvard  chest  motion  (see  Figure  3) 
and  reduces  the  duration  of  this  phase.  An 
inclined  foot  support,  such  as  that  used  on  three 


TABLE  n 


PEAK  DATA  VALUES  CHARACTERIZING  DUMMY  KINEMATICS 


Scooter 

Power  Chair 

Shoulder  Belt    No  Shoulder  Belt 

Shoulder  Belt 

20  g 

10  g 

20  g 

Hip  Motion  (in.) 

11.2 

11.4 

8.7 

Chest  Motion  (in.) 

18.3 

25.6 

19.3 

Head  Motion  (in.) 

23.5 

26.5 

21.7 

Hip  Flexion  (dcg.) 

108 

135 

115 

Neck  Flexion  (dcg.) 

91 

66 

101 

Hip  Acceleration  (g's) 

45 

19 

51 

Head  Acceleration  (g's) 

66 

35 

83 

Ankle  Height 

5.0 

9.7 

42.2 

Head  Injury  Criteria 

837 

57 

1311 

Chest  Clip 

37 

24 

36 

Duration  of  Phase  I  (msec) 

100 

110 

80 

Duration  of  Phase  U  (msec) 

20 

100 

50 

Duration  of  Phase  HI  (msec) 

120 

230 

130 

Duration  of  Phase  IV  (msec) 

140 

190 

50 
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PhO90  1 

Phase  1) 

«  o 
d>  ° 

Hip 

1  2 
^  ? 

'- — 

 jfe  3fc — 

IVno  oltcr  Impocl  (maoc.) 

Figure!.  Body  segment  displacements  in 
four  phases  of  crash  simulations 

wheeled  scooters,  resists  rotation  of  the  legs  and 
prevents  excessive  leg  rise.  Peak  head  and  chest 
accelerations,  major  contributors  to  serious  injury, 
occur  during  this  phase.  Phase  II  ends  with 
maximum  neck  flexion  (see  Figure  2)  and  lasts  80 
to  120  msec  without  a  shoulder  belt  and  20  to  50 
msec  with  a  shoulder  belt. 


No  Shoulder  Bolt  Shoulder  Belt 

Figure  3,  Effect  of  a  shoulder  belt  in  limiting 
forward  chest  motion 

Phase  in  -  Rebound 

In  this  phase,  the  dummy  rebounds  toward  the 
initial  seated  position.  The  movements  are  much 
slower  during  this  phase,  and  accelerations  are  not 
significant.  Movement  continues  until  the 
dummy's  back  contacts  the  wheelchair  seat  back. 
The  duration  of  this  phase  is  inversely  related  to 
the  magnitude  of  the  crash,  lasting  about  half  as 
long  in  a  20  g  crash  as  in  a  10  g  crash  (see 
Figure  4). 


S  300 
J.  250 
J  200 
I  150 
Q  100 
S  50 
a.  0 


Eaio  g 

□  20  g 


I         II         III  IV 
Kinematic  Phases 

Figure  4.  Phase  duration  in  crash  simulations 
witho"'  ^houlder  belts. 


Phase  rv  -  Extended  Rebound 
The  rotational  inertia  of  the  dummy  continues  the 
motion  beyond  contact  with  the  seat.  In  some 
instances,  the  neck  overextends  in  a  whip-lash 
motion.  The  phase  ends  when  the  head  reaches  its 
maximum  rearward  position.  This  phase  is 
significantly  longer  when  the  dummy  is  seated  in 
a  scooter. 

Additional  motion  may  occur  beyond  the  end  of 
Phase  IV,  but  is  was  thought  to  h>e  less  significant 
and  was  not  investigated. 

CONCLUSIONS 

The  kinematics  of  the  response  of  a  seated  body  in 
a  wheelchair  during  a  simulated  crash  have  been 
characterized  in  four  phases.  The  body  motion 
characteristics  in  each  phase  were  generally 
independent  of  wheelchair  type,  wr>eelchair 
restraint  characteristics  and  the  magnitude  of 
impact  force.  The  duration  of  the  phases  has  been 
shown  to  be  affected  by  use  of  a  shoulder  belt, 
wheelchair  type  and  impact  magnitude. 

The  relationship  between  the  phase  duration  and 
the  risk  of  injury  to  the  wheelchair  user  is  being 
investigated.  The  dummy's  motion  described  here 
should  be  considered  in  the  design  of  systems  for 
safely  transporting  people  seated  in  wheelchairs. 
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Abstract 

Intelligent  AAC  systems,  which  encode  an  under- 
standing of  language,  cannot  afford  to  ignore  the 
problem  of  metaphor.  Here  we  discuss  the  nature  and 
promise  of  future  AAC  systems  that  handle  some  met- 
aphorical statements.  We  describe  the  problems  that 
metaphor  creates  for  such  systems,  as  well  as  a  special 
class  of  metaphors  called  transparently-motivated 
metaphors,  which  are  particulariy  important.  Finally, 
we  point  to  a  possible  solution  to  the  problem. 

Background 

The  majority  of  present  AAC  systems  use  numerous 
techniques  at  the  surface  level  of  an  expression  to  fa- 
cilitate the  communication  of  the  user.  More  intelli- 
gent AAC  systems  of  the  future  will  be  able  to  take 
advantage  of  an  understanding  of  what  meaning  the 
user  intends  to  convey  in  order  to  facilitate  the  com- 
munication of  the  user  in  ways  that  present  systems 
cannot. 

These  more  intelligent  AAC  systems  are  distin- 
guished by  having  a  deeper  understanding  of  the  ex- 
pression the  user  wishes  to  convey.  They  must  have 
some  understanding  of  what  is  actually  meant  by  the 
input  from  the  user  and  the  language  generated. 

These  systems  will  rely  upon  advances  from  the  field 
of  Natural  Language  Processing  (NLP).  Techniques 
from  NLP  can  empower  a  computer  system  to  under- 
stand abbreviated  input,  track  previous  expressions, 
recognize  communicative  goals,  and  disambiguate 
expressions  with  the  help  of  specified  world  knowl- 
edge. The  goal  is  to  have  a  computer  system  that  can 
help  a  user  communicate  with  insight  similar  to  that  of 
a  human  aid. 

Example 

Consider  how  one  could  understand,  and  perhaps  re- 
write in  scntcnce-fonn,  the  ideas  behind  the  abbrevi- 
ated utterance  "Buy  3000  Exxon."  Several  elements 
come  into  play  here.  The  context  could  tell  us  whether 
this  is  a  command  or  a  question.  Our  knowledge  that 
(unlike  buying  a  pizza)  Exxon  is  a  company  that  can 
only  be  purchased  in  part,  via  stock,  is  important. 
Knowing  that  stocks  are  bought  with  money  is  also 
important.  Finally,  knowledge  about  the  user's  wealth 
would  indicate  whether  3000  snares  or  dollars  is  in- 
tended (if  indeed  it  is  a  command  to  execute  a  pur- 


chase). The  equivalent  sentence  may  be  "Buy  3,000 
dollars  worth  of  Exxon  stock." 

ComplementintLexisting  technology 
The  advances  represented  by  present  surface-level 
systems  need  not  be  replaced,  but  can  be  combined 
with  the  benefits  of  more  intelligent  AAC  systems; 
ihey  can  work  in  tan'  i.  For  example,  the  Sentence 
Compansion  System  Jemasco  et  al.,  89,  McCoy  et 
al.,  90)  is  designed  to  work  in  tandem  with  word  se- 
lection and  word  prediction  systems. 

Statement  of  the  Problem 

The  knowledge  that  more  intelligent  systems  are 
based,  upon  must  be  specific  (e.g.,  stocks  are  pur- 
chased with  money,  hammers  are  tools,  windows  are 
fragile)  to  be  useful  to  a  computer  system.Therefore, 
it  may  be  necessary  for  a  system  to  require  that  meta- 
phorical expressions  be  excluded.  Otherwise  they  will 
be  unable  to  behave  adequately,  and  would  fail  their 
task. 

This  may  at  first  seem  reasonable,  if  the  user  wants  to 
write  poetry,  the  user  should  know  that  the  more  intel- 
ligent system  should  be  switched  off.  Unfortunately, 
there  is  a  class  of  metaphors  that  are  not  easily  recog- 
nized as  metaphorical  (Lakoff  and  Johnson  80).  We 
cannot  expect  the  user  to  recognize  the  metaphorical 
nature  of  such  expressions.  These  types  of  expre.s- 
sions  arc  called  transporently-ntotivaled  metaphors 
(Jones  and  McCoy  1992). 

Expressions  such  as  "Put  $3000  into  Exxon  stock." 
occur  quite  often  and,  at  first  glance,  may  not  appear 
to  be  metaphorical.  However,  the  speaker  does  not  lit- 
erally put  money  into  the  stock,  but  rather  buys  the 
.,tock  with  the  money. 

Example 

Consider  how  the  system  of  the  first  example  would 
handle  "Put  3000  Exxon  "  Here  we  see  where  the  tra- 
ditional approach  to  er  iing  the  knowledge  breaks 
down.  The  system  would  quickly  become  confused 
because  there  is  only  one  Exxon.  Furthermore,  Exxon 
is  hardly  the  type  of  object  that  can  be  put  somewhere. 
The  highly  structured  knowledge  may  be  quite  power- 
ful, but  it  is  also  very  inflexible  to  metaphors,  even 
tho.sc  which  we  use  without  a  second  thought. 

Consider  just  a  few  more  metaphorical  expressions 
that  often  pass  without  notice.  "Savings  and  Loan  bail 
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out"  and  "Chrysler  bail  out,"  although  salient  at  dif- 
ferent points  in  recent  history,  appear  to  come  from 
the  same  conceptual  roots.  In  literal  tenns,  an  entity  is 
in  trouble,  and  is  getting  outside  (government)  help. 
The  term  bail-out  that  is  used  to  describe  this  situation 
is  hardly  literal,  and  evokes  the  image  of  something 
more  concrete.  Finally,  many  of  us  have  heard  the 
progress  of  someone's  career  described  in  more  con- 
crete terms  by  saying  something  similar  to,  "it  is  mov- 
ing I  slowly  /  forward  /  backward ) ." 

It  might  be  reisonable  to  expect  the  user  to  avoid  giv- 
ing the  more  intelligent  AAC  system  a  blatant  meta- 
phor, however  the  cognitive  load  associated  with 
recognizing  transparently-motivated  metaphors  is  un- 
reasonable. We  will  need  more  robust  solutions. 

Approach 

In  order  to  approach  a  solution  to  this  problem,  it  is 
useful  to  consider  why  these  metaphors  are  hard  to 
recognize  and  are  such  a  part  of  our  language  environ- 
ment. 

Our  understanding  of  the  world  influences  the  way  we 
express  ourselves.  Metaphorical  expressions  often  re- 
flect conceptual  models  which  are  the  basis  for  how 
we  understand  the  worid.  Mark  Johnson  (Johnson  S7) 
has  made  .some  interesting  ob.sei\'ations  about  the 
building  blocks  of  thought,  most  notably  that  the 
building  blocks  of  thought  are  based  closely  to  our 
bodily  experience.  Among  the  building  blocks  he  has 
described  are  attraction,  blockage,  and  containment. 

This  metaphor  of  "putting  money  into  stock"  is  based 
in  the  simplifying  concepts  that  represent  investments 
as  containers  which  can  hold  money.  The  metaphor  of 
the  S&L  bail-out  is  based  on  the  much  more  concrete 
situation  of  that  of  helping  to  bail  out  another's  boat 
before  it  sinks  into  the  water.  The  example  of  "a  ca- 
reer moving  slowly"  suggests  a  background  model  in 
which  people  can  view  progress  in  terms  of  a  moving 
vehicle. 

When  we  write  and  talk  we  automatically  use  non-lit- 
eral expressions  that  reflect  our  common  conceptual 
groundings.  These  lead  to  very  natural  and  easily  un- 
derstood expressions  because  we  (speaker  and  hearer) 
share  these  common  conceptual  groundings.  Because 
they  are  grounded  in  the  building  blocks  of  our 
thought,  these  metaphorical  mechanisms  and  con- 
cepts can  operate  in  our  minds  without  our  conscious 
knowledge  of  them  doing  so. 

Our  approach  is  to  supply  a  more  intelligent  AAC  sys- 
tem with  the  necessary  conceptual  grou... lings  to  un- 
derstand/generate these  types  of  metaphors.  Doing 
this  will  allow  a  user  to  express  ideas  in  a  way  that  is 
most  natural.  This  addition  will  allow  metaphoric  ex- 
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pre.ssion  in  places  where  the  system's  knowledge 
would  previously  allow  only  strictly  literal  state- 
ments. 

Metaphorical  Domains 

A  m.etaphor  maps  between  two  domains.  In  the  "put- 
ting money  into  stock"  example,  the  finance  domain  is 
the  tenor  domain  and  the  container  domain  is  the  met- 
aphorical domain.  Computationally,  it  is  very  useful 
to  limit  the  number  of  possible  metaphorical  domains. 
Unfortunately  a  metaphor  can  potentially  use  any- 
thing as  a  metaphorical  domain.  However,  in  the  case 
of  transparently-motivated  metaphors,  we  can  be 
more  specific  about  what  can  qualify  as  a  potential 
metaphorical  domain.  We  have  recognized  that  they 
must  be  universal,  concrete,  and  have  specialized  lex- 
ical expressions  to  clearly  identify  the  domain  (e.g., 
the  expression  put  in  identifies  the  container  domain). 

Metaphorical  Domain  .Selection  Rules 
Recall  that  eadier  we  discussed  how  conceptual 
groundings  motivate  transparently-motivated  meta- 
phors. The  purpose  of  the  metaphorical  domain  selec- 
tion rules  is  to  represent  those  concepts 
computationally.  We  envision  rules  that  will  embody 
the  notion  that  "Stocks  can  be  described  as  containers 
for  money."  Other  selection  rules  would  include:  "ar- 
guments are  often  described  in  terms  of  war",  "argu- 
ment structure  can  be  described  in  terms  of 
buildings",  and  "progress  can  be  described  in  terms  of 
a  vehicle  moving  toward  a  goal". 

Each  of  these  selection  rules  must  have  associated 
with  it  more  specific  mapping  information.  In  the 
stock  example,  we  would  need  to  specify  that  it  is  the 
purchase  price  of  the  stock  that  is  put  into  the  stock. 
We  would  like  such  information  to  be  general  enough 
so  it  could  also  account  for  the  meaning  of  "I  moved 
$3,000  from  Exxon  to  a  money  market  account." 
Here,  the  concepts  associated  with  put  and  take  are 
both  found  in  the  verb  move. 

Consider  the  rule  stating  that  progress  can  be  de- 
scribed in  ternis  of  a  moving  vehicle.  Included  in  (or 
derived  from)  the  information  closely  attached  to  this 
rule  should  be  the  following: 

Tenor  Domain        Metaphorical  Domain 

progress  forward 

negative  progress  backward 

no  progress  still 

unsatisfactory  progress  slow 

Generating  from  More  General  Principles 
We  are  excited  about  the  potential  for  abstiacting  be- 
yond the  level  of  information  presented  above.  Recall 
the  "career  as  moving  object"  example.  Note  that  the 
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moving  object  has  some  starting  point,  some  goal  and 
some  points  on  its  path.  With  time  involved,  it  also  has 
some  speed.  It  appears  that  with  a  sophisticated  model 
of  this  behavior  in  the  metaphorical  domain  and  rules 
linking  it  to  appropriate  types  of  tenor  domains,  that 
the  above  four  mappings  could  be  derived.  Intere.st- 
ingly,  a  more  general  structure  matched  with  reason- 
ing could  yield  other  derived  expressions.  With  the 
knowledge  that  energy  is  required  to  move  objects, 
and  given  that  a  prototypical  moving  object  is  a  car 
that  runs  on  gas,  we  could  hope  to  handle  "My  career 
is  running  out  of  gas"  without  an  explicit  rule  for  this 
occurrence.  As  the  level  of  the  information  that  moti- 
vates the  metaphors  reaches  a  higher  level  of  abstrac- 
tion, a  greater  degree  of  flexibility  is  anticipated. 

Not  all  selection  rules  lie  at  the  same  level  of  abstrac- 
tion. The  selection  rules,  and  their  associated  mapping 
knowledge  may  need  to  be  encoded  hierarchically. 
For  example,  the  concept  of  possessions  as  containers 
of  their  purchase  price  may  be  a  more  .specific  version 
of  the  general  concept  that  things  are  containers  of 
what  goes  into  their  existence  (e.g,  "I  put  a  lot  of 
(time,  energy,  love,  money)  into  this  relationship!"). 

Benefits 

It  would  be  undesirable  for  a  more  intelligent  AAC 
system  to  attempt  to  handle  nie'.aphorical  expressions 
without  a  model  of  metaphor.  One  might  propose  that 
in  order  to  handle  metaphor  all  we  need  is  to  relax 
some  of  the  knowledge  in  the  system.  If  nothing  else 
fits,  doubt  the  knowledge  in  the  system  about  the 
v/ords  put  Exxon  and  3000.  Then,  even  though  the 
system  knows  better,  it  can  forget  that  restrictive 
knowledge  and  allow  3000  to  be  put  into  Exxon,  with- 
out a  sophisticated  model  of  metaphor. 

Unfortunately,  this  naive  approach  cannot  work  satis- 
factorily. First,  if  we  merely  relax,  or  doubt  the  knowl- 
edge in  the  .system,  we  have  little  or  no  idea  v/hat  the 
words  mean.  Such  ambiguity  would  then  cause  such  a 
system  to  mereiy  ny  a  great  number  of  combinations. 
It  would  generate  all  kinds  of  expressions,  perhaps: 
"Exxon  has  been  put  on  top  of  3000",  "Put  3000  Exx- 
ons"  and  "Exxon  has  put  3000."  Note  that  these  exam- 
ples occur  while  still  assuming  that  the  verb  put  is  still 
the  same,  that  only  the  properties  of  the  other  words 
are  in  fiux.  If  the  verb  were  also  relaxed,  even  stranger 
constructions  would  be  expected. 

Second,  the  power  of  such  AAC  systems  comes  not 
only  from  their  .static  knowledge  about  the  world,  but 
also  from  the  dynamic  knowledge  that  comes  from 
tracking  the  discourse  by  understanding  previous  ex- 
pressions. This  discourse  tracking  would  be  dimin- 
ished, along  with  the  performance  of  the  system,  even 
if  it  were  possible  to  generate  the  right  metaphor  with- 


out understanding  it. 

It  would  be  different  and  more  reasonable  to  consider 
ways  to  use  lesser  approaches  to  the  problem  if  it  were 
believed  that  the  phenomena  of  metaphor  was  arbi- 
trary with  no  identifiable  structures  behind  it.  Fortu- 
nately, the  most  important  metaphorical  problem  to 
AAC  system.s,  transparently-motivated  metaphors, 
are  based  upon  a  firm  structure,  as  has  been  described 
earlier.  We  do,  however,  need  to  do  much  more  work 
on  the  problem  of  specifying  the  mechanisms  behind 
transparently-motivated  metaphors  computationally. 

Implications 

Since  transparently-motivated  metaphors  are  often 
produced  without  being  recognized  as  non-literal,  it  is 
unreasonable  to  require  users  of  future  AAC  systems 
to  recognize  them.  Fortunately,  the  behavior  of  trans- 
parently-motivated metaphors  is  not  arbitrary,  and 
therefore  can  be  incorporated  into  a  more  intelligent 
AAC  system.  This  will  allow  for  much  better  behavior 
of  the  system,  lessen  the  cognitive  load,  as  well  as  fa- 
cilitate completely  natural  expression. 
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ABSTRACT 

A  prototype  communication  system  has  been  develo;^d 
which  allows  a  non-speaking  user  to  incorporate  relatively 
long  text  segments  into  a  conversation.  The  prototype  has 
been  developed  with  continuous  participation  in  the  design 
development  by  a  potential  user.  The  first  trials  of  ilie 
system  were  conducted  using  a  single  case-study  design. 
The  trials  evaluated  the  ease  of  use  of  the  system's 
interface,  atxl  its  ability  to  help  the  user  increase 
participation  in  conversations,  and  also  increase  their  control 
of  the  dialogue.  The  system  was  found  to  augment 
signi6canily  the  user's  current  communication  methods. 

BACKGROUND 

One  important  aspect  of  conversation  which  is  very  difficult 
for  users  of  AAC  systems  to  perform  is  the  telling  of 
extended  narratives,  or  relating  their  views  or  experiences  in 
the  sort  of  detail  which  natural  speakers  find  easy.  Such 
conversational  contributions  increase  the  impact  of  the 
speaker's  personality,  and  to  control  the  conversation,  rather 
than  .'iimply  answering  direct  questions  put  by  the  other 
speaker,  which  is  a  conversational  role  that  AAC  users  loo 
frequently  find  themselves  filling. 

For  an  AAC  user  to  make  use  of  such  conversational 
techniques,  they  would  need  to  be  able  to  store  and  retrieve 
easily  a  reasonably  large  amount  of  conversational  material. 

RESEARCH  QUESTIONS 

Use  of  hvperter.t 

Keeping  track  of  a  large  amount  of  st  jred  data,  and 
retrieving  it  easily  aixl  quickly  is  a  general  problem  in 
infonnation  technology.  In  the  case  of  conducting  a 
conversation,  part  of  the  task  Ls  to  make  conversational 
rontributions  on  the  current  topic,  and  to  be  able  to  move  on 
to  other  topics  without  breaking  the  sense  of  continuity 
which  both  speakers  artempt  to  create        An  interesting 
research  question  is  whether  particular  ways  of  stnicturing 
stored  conveiruitional  material  will  help  In  modelling  the 
way  a  conversation  might  proceed. 

Involvement  pf  ^lsp^  from  beginnings fdcs i^n  j)rocess 
Another  important  research  question  lies  in  optimizjng  the 
interface  between  the  user  arxJ  a  complex  system.  It  is 
important  that  the  cognitive  load  in  controlling  a 
conversation  system  should  not  be  an  additional  burden  on 
an  already  hard  working  non-speaking  conversationalist.  In 
this  experiment  we  have  explored  the  possibilities  offered  by 
software  which  allows  the  rapid  building  and  altering  of  the 
interface,  using  an  iterative  design  method,  where  a  potential 
user  becomes  in  fact  a  continual  partner  in  the  interface 
design,  rather  than  just  an  experimental  'subject'. 


Effect  of  introducing  extended  text  into  aided  conversations 
The  third,  and  most  crucial,  research  question  was  what 
effect  woidd  the  use  of  a  conversation  aid  which  allowed  the 
introduction  of  large  amounts  of  spoken  text  have  on  the 
nature  atxl  {uality  of  the  dialog. 

Previous  research  has  examined  the  usability  of  a  text 
database  to  store  conversational  material  [2].  One  outcome 
of  this  research  is  the  need  for  the  system  to  take  a  more 
active  part  than  a  traditional  database  in  helping  the  user  to 
access  stored  material.  A  promising  approach  is  to  have  the 
system  contain  information  about  what  the  user  is  trying  to 
accomplish,  so  that  it  may  anticipate  their  needs  [3,4],  The 
experiment  reported  here  is  the  beginning  of  a  project  to 
explore  hypertext  as  a  suitable  stmcture  to  achieve  the  ends 
described  above.  Hypertext  is  a  structure  which  allows 
multiple  links  between  text  items,  and  as  such,  should  offer  a 
good  stmcture  with  which  to  model  within-topic 
conversational  moves  atxl  topic  shifts. 

METHOD 

A  prototype  system  was  developed  using  the  HyperCard 
software  on  a  Macintosh  computer,  with  output  through  a 
text-to-speech  synthesiser.  Implementing  the  system  in 
HyperCard  allowed  for  rapid  prototyping  of  the  interface,  in 
keeping  with  the  iterative  nature  of  the  design  process.  The 
system  has  been  given  the  woridng  name  'Floorgrabber', 
one  of  its  intentions  being  to  increase  the  user's 
conversational  control.  The  interface  design  was  a 
cooperstive  effort  between  one  of  the  authors  and  a 
non-speaking  person  who  had  declared  an  interest  in 
becoming  part  of  an  AAC  research  team.  This  person  also 
was  the  user  of  the  system  in  the  trials.  After  experimenring 
with  various  interface  types,  a  control  panel  metaphor  was 
chosen.  This  allowed  for  a  tightly  packed  display  which  was 
still  clear  in  Its  layout,  and  meant  that  all  the  controls  and 
displays  could  be  put  on  one  screen,  with  no  need  to  to  go  to 
other  screens  or  menus.  The  interface  consists  of  text  boxes 
and  'burtons'  which  are  activated  by  pointing  atxi  clicking 
with  a  mouse.  Three  types  of  buttons  were  used.  These  had 
the  effect  of  (1 )  speaking  the  text  in  tl)e  box  pointed  to  (2) 
speaking  a  quick  comment,  (3)  going  to  another  topic. 

Because  the  user  of  the  system  in  these  trials  had  been 
involved  from  the  start  in  the  system  design,  there  was  no 
need  for  a  training  period  in  using  it.  The  user  was  a  young 
man  of  20,  who  has  been  non-speaking  from  birth  through 
cerebral  palsy.  His  usual  method  of  communication  is  a  400 
word  Bliss  chart,  supplemented  with  a  VOIS  i35 
communicator,  plus  gesture  atxl  some  vocalLsations.  He  has 
no  receptive  language  problems,  but  significant  spelling  and 
syntax  difficulties.  He  has  a  fair  degree  of  controlled 
movement,  aixl  was  just  able  to  operate  a  mouse. 

F  jr  this  first  experiment,  the  user  produced  textual  mali  rial 
about  one  topic,  a  jouniey  abroad  be  did  for  an  international 
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swimming  competition.  This  topic  was  chosen  because  he  is 
often  asked  about  this  inlercsiing  experience.    U.sing  his 
traditional  communication  modalities,  he  conveyed  to  a 
volurteer  anecdotes  and  comments  about  the  journey  and 
competition.  As  he  communicated,  ths  volunteer  stored  this 
material  into  the  system  foi  him.  The  user's  problems  with 
literacy  meant  that  this  sort  of  mediation  was  necessur-.  but 
to  ensure  that  the  words  were  truly  his.  the  material  was  all 
checked  with  him  several  times,  and  modified  until  he  was 
completely  satisfied  with  it  as  representing  the  way  he  would 
like  to  express  himself. 

The  trials  were  conducted  using  a  single-casa;  experimental 
design.  The  user  had  12  conversations  with  12  different 
people  CO  the  chosen  topic.  The  12  sessions  followed  an 
ABAB  pattern,  wiih  the  baseline  sessions  (A)  consisting  of 
the  user  taking  part  in  the  dialog  with  his  current 
communication  methods,  and  the  intervention  sessions  iB) 
differing  by  the  inclusion  of  the  prototype  system  as  an 
additional  mode  of  communication.  Each  conversation  look 
15  minutes.  Half  of  the  conversation  partners  were  familiar 
with  the  user  and  had  communicated  with  him  u.sing  his 
current  communication  methods.  The  other  half  did  not 
know  him,  and  had  no  experience  of  communicating  with  m 
AAC  user.  The  user's  instructions  were  to  use  whatever 
communication  mode  was  most  comfortable  and  effective 
throughout  the  dialogs.  The  conversation  partners  were 
asked  to  have  a  15-minute  conversation  with  the  user  about 
the  swimming  expedition.  All  the  dialogs  were  videotapoJ. 
Transcripts  were  made  of  the  dialogs. 

The  information  produced  in  this  experiment  is  extensive: 
three  hours  of  transcribed  dialog.  The  first  measure  applied 
to  the  material  was  to  assess  the  effectiveness  of  the 
prototype  system,  in  terms  of  its  ability  to  help  the  user  take 
a  fuller  part  in  a  dialog,  and  to  have  more  control  over  the 
direction  of  the  conversation.  This  was  measured  in  two 
ways.  Firstly,  a  count  was  made  of  all  the  words  produced 
by  each  partner  in  the  dialogs.  Secondly,  two  conversational 
moves  which  were  of  relevance  in  conversational  control  (."i) 
were  defiried : 

RESPONDER  ;  An  answer  to  a  question,  or  a  feedback 
(backchannel)  comment  to  the  other  speaker 
INITIATOR  :  A  question,  or  a  statement  which  is  not  a 
re.sponder. 

All  occurrences  of  these  conversational  moves  hy  both 
partners  in  the  transcripts  weie  counted. 

RESULTS 

Referring  to  the  three  research  questions  wiiich  wen.- 
addressed : 
Use  of  hypertext 

The  first  stage  of  the  prototype  design  h?s  been  lo  develop  a 
usable  interface  and  test  the  basic  performance  of  the 
system.  As  the  prototype  grows  in  size,  hypertext  features 
will  come  into  use  in  order  to  facilitate  navigation  through 
the  material,  .ind  at  that  point  the  effectiveness  of  this 
structure  will  be  a-ssessed. 

InvoJycment  .oJ  msi  froni  bcgiraiing  of  design  process 
This  provided  helpful  insights  for  the  re.searcher,  and 
allowed  design  problems  to  be  aiklres,sed  by  continually 
checking  the  effectiveness  of  potential  solutions. 


Effect  of  inirndiicinR  extended  text  into  aided_conver!>alions 

The  results  of  an  analysis  of  the  transcripts  are  shown  in  the 
table  below  (Table  1),  and  the  accompanying  graphs  (Figs 
1 ,2,3).   It  is  clear  that,  when  the  prototype  was  added  to  the 
user's  communication  modes,  be  was  able  to  increase  the 
total  number  of  words  he  used  in  each  conversation  to  a 
significant  degree  (t-test  value  of  p<.01).  (Fig.  1).  The 
level  of  word  output  of  the  other  speaker  was  unaffected, 
which  indicates  that  the  AAC  user  having  the  ability  to 
introduce  text  did  not  inhibit  the  other  speaker. 

Conversational  control  by  the  AAC  user  was  also  increased, 
as  measured  by  his  increased  use  of  initiators  (p  <  .05).  (Fig 
2)  Again,  the  natural  speakers  retained  their  level  of 
initiators  even  when  the  AAC  user  increased  his,  indicating  a 
dialog  which  was  in  general  more  lively.  There  was  no 
stati.slically  significant  difference  in  the  AAC  user's  level  of 
responders,  but  the  increase  in  tbe  case  of  the  natural 
speakers  was  significant  (p  <  .05),  which  is  not  surprising, 
since  the  natural  speakers  had  more  opportunities  to  respond 
when  Floorgrabber  was  in  use  (Fig  3). 


Without  With 
Floorgrabber  Floorgrabber 


Mean  number  of  w  ords 
Natural  speaker 
AAC  user 

917 
143 

999 
534 

Mean  number  of  initiators 
Natural  speaker 
AAC  user 

48 
10 

50 
27 

Mean  number  of  responders 
Natural  speaker 
AAC  user 

19 
87 

36 
71 

Table  1:  Summary  of  measures  taken  with  and 
without  Floorgrabber 


Mean  total  words  ^  Natural  speaker 

used  by  each  person       ■  aac  user 


999 


Without  Floorgrabber         With  Floorgrabber 

Figure  1 
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Mean  total  number  g  Natural  speaker 

of  initiators  used         ■  aac  user 


Without  Floorgrabber         With  Floorgrabber 

Figure  2 


Mean  total  number  q  Natural  speaker 

of  responders  used      ■  aac  user 

100  -1  , 


Without  Floorgrabber         With  Floorgrabber 

Figure  3 
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DISCUSSION 

Tliis  is  the  beginning  of  a  scries  of  analyses  to  be  perfomicd 
on  the  material  produced  by  the  experiment.  Although  at  a 
very  early  stage,  this  data  indicates  that  the  system  shows  a 
promising  direction  for  increasing  the  communicative 
repertoire  of  AAC  users.  In  addition  to  further  analysis  of 
the  data  produced,  work  is  proceeding  on  a  further  extension 
of  the  prototype,  to  cope  with  multiple  topics. 
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ABSTRACT 

This  paper  describes  the  development  of  a  predictive 
wordprocessing  system  with  an  inbuilt  spelling 
corrector,  '  designed  for  users  with  dyslexic-type 
spelling  disorders.  The  system  was  created  by  the 
amalgamation  of  two  previously  existing  systems, 
and  is  currently  undergoing  preliminary  trials  in  the 
school  environment. 

BACKGROUND 

The  authors  have  been  involved  in  the  creation  of 
two  previous  systems  designed  for  users  with  a 
variety  of  written  communication  difficulties;  firstly 
PAL  (1),  (2),  a  predictive  wordprocessing  system 
now  available  commercially,  and  secondly  Speller  (3), 
(4),  a  spelling  corrector  with  the  capability  of  finding 
phonetic  misspellings.  Previously,  users  would  employ 
PAL  to  create  a  text  file,  and  then  exit  the  PAL 
system  and  use  Speller  to  correct  this  file.  It  was 
decided  that,  if  possible,  a  superior  mode  of 
operation  would  be  to  integrate  the  two  systems  into 
one  unit,  so  that  the  Speller  system  could  be  used 
from  within  PAL. 

PROBLEM  STATEMENT 

The  two  components  of  the  desired  integrated 
wordprocessing  system  were  already  present  in  a 
tried  and  tested  form,  so  the  main  problems  were  the 
successful  passing  of  data  between  the  two 
programs,  and  the  technical  dilficulties  that  would  be 
likely  due  to  the  large  memory  usage  of  both  systems. 

RATIONALE 

The  integrated  system  would  have  significant 
advantages  over  the  previous  operational  mode  of 
using  one  system  and  then  exiting  to  the  other. 
These  are- 

i)  greater  convenience  to  the  user 

11)  the  system  would  be  able  to  provide  on-line  help 

iii)  no  incorrect  words  could  be  passed  to  the  PAL 
dictionary  during  normal  run  time  operation. 

It  was  also  felt  that  the  integrated  system  would  be  a 
considerable  Improvement  over  existing  word- 
processing  systems  for  the  potential  client  group. 
The  benefits  of  PAL  as  a  text  entry  system  have 
already  been  demonstrated  (2),  and  similarly  fhe 
superior  performance  ol  Speller  when  tested  against 
commercial  spelling  correctors  on  samples  of 
misspellings  has  also  been  reported  (3),  (4). 


DESIGN 

The  integrated  system  was  designed  to  operate  on  a 
range  of  IBM  PC-compatibles,  in  particular  portable 
computers  with  clock  speeds  of  12  MHz  or  above. 
The  clock  speed  requirement  was  due  to  the  large 
amount  ol  processing  that  would  be  necessary. 
Experiments  with  4.77  and  8  MHz  machines  had 
Shown  that  the  system  was  likely  to  be  too  slow  to 
have  a  value  at  other  than  the  prototype  level  at  these 
clock  speeds.  The  system  would  be  required  to 
incorporate  the  maximum  number  of  facilities  from 
both  PAL  and  Speller,  particularly  the  frequency  and 
recency  statistics  for  all  the  words  in  the  PAL 
dictionary  and  the  lexical  and  phonetic  word-matching 
capabilities,  and  inbuilt  error  logging  facilities  from 
Speller.   As  a  method  of  reducing  the  memory 
requirement  of  the  integrated  system,  the  PAL  and 
Speller  dictionaries  were  merged.  Visually  the  program 
was  designed  to  be  as  similar  to  the  PAL  system  as 
possible.  The  Speller  part  of  the  program  was  to  be 
effectively    'invisible'    until    a    spelling    error  was 
encountered,  when  the  error  woukl  be  highlighted  on 
screen,  and  a  window  would  appear  below  it  as  in 
Speller,  containing  the  list  of  suggested  corrections. 

DEVELOPMENT 

The  PAL  system  needed  to  have  a  method  of 
trancferring  data  to  Speller  for  examination.  It  was 
decided  that  the  simplest  mechanism  would  be  that 
the  user  would  employ  PAL  to  enter  text  as  rrormal, 
and  that,  on  the  completion  of  a  word  in  the  text, 
Speller  would  be  activated.  A  word  was  considered  to 
be  completed  when  the  space  key  or  any  other 
standard  terminating  character  was  entered,  or  when 
a  prediction  was  selected  from  the  PAL  window. 
Because  PAL  otters  word  endings  as  predictions  e.g. 
'-ing',  '-ed'  when  it  is  unable  to  find  any  appropriate 
words  in  its  dictionary,  selection  of  a  PAL  prediction 
does  not  necessarily  guarantee  that  the  word  has 
been  correctly  spelt.  Speller  was  therefore  activated 
at  all  points  where  a  word  had  been  completed. 
Firstly,  as  PAL  is  a  memory-resident  program,  which 
takes  over  the  keyboard  interrupt,  this  interrupt  is 
redirected    to    the    standard    keyboard  handling 
procedures.  Speller  then  scans  through  its  dictionary 
searching  lor  the  entered  word,  and  forms  a  list  ol 
suggested  corrections  if  a  match  is  not  found.  If  the 
word  is  found  in  the  Speller  dictionary,  a  return  is 
made  to  PAL  with  the  word  unchanged.  II  a  list  of 
corrections  is  produced,  the  word  can  be  corrected  by 
the  user  using  the  Speller  menu.  The  correction  is  then 
passed  to  PAL.  Finally  the  PAL  interrupt  is  restored, 
so  the  overall  ellect  is  that  any  required  corrections 
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are  made  without  affecting  PAL  In  any  way  other  than 
by  altering  ihe  incorrect  word. 

A  small  enhancement  was  made  to  the  Speller  part  of 
the  overall  system  by  giving  it  the  facility  to  examine 
misspellings  to  check  if  they  were  actually  two  words 
joined  together  at  one  e.g.  'thisis'  being  a  misspelling 
of  'this  is'  as  opposed  to  a  misspelling  of  'thesis'. 

EVALUATION  AND  DISCUSSION 

The  merging  of  the  dictionary  structures,  mentioned 
earlier,  also  created  two  additional  possibilities  •'■at 
were  incorporated  into  the  overall  system. 

i)  the  use  of  word  frequency  and  word  recency  data 
to  influence  the  compilation  of  a  prediction  list  of 
corrections  for  misspellings; 

ii)  PAL  could  be  given  the  capability  of  producing 
phonetically  based  predictions  e.g.  offering  physics' 
as  a  prediction  after  the  letter  I'  had  been  used  at  the 
start  of  a  word. 

Evaluations  of  PAL  and  Speller  had  already  been 
conducted  which  showed  they  had  significant  value  as 
a  predictive  system  and  a  spelling  corrector 
respectively.  As  an  initial  evaluation  of  the  prototype 
integrated  system,  it  was  give  to  a  teacher  for  use 
with  three  children,  and  the  logged  data  produced 
examined  on  a  regular  basis.  The  Speller  part  of  the 
system  performed  at  the  level  that  would  be  expected 
fro.n  previous  trials  (3).  (4).  Reported  advantages  ol 
the  Overall  system  were  the  benefit  to  the  users  ol 
having  an  interactive  on-line  spelling  corrector  within 
Ihe  wordprocessing  environment,  and  the  increased 
accuracy  of  the  content  of  the  PAL  dictionary 
stiucture.  A  further  advantage  of  the  integralion 
process  is  the  ease  with  which  the  Speller  dictionary 
can  be  personalised  by  the  individual  user. 

CONCLUSION 

A  predictive  wordprocessing  system  and  a  spelling 
aid,  both  designed  lor  users  with  severe  spelling 
disorders,  have  been  successfully  integrated.  The 
benefits  of  each  individual  system  have  been 
maintained  in  an  overall  system  which  offers 
considerable  lielp  to  this  type  ol  user  in  the  accurate 
and  speedy  generation  of  tp"' jal  output. 
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Abstract 

This  project  is  part  of  an  augmentative  and 
alternative  communication  project  directed  toward 
reducing  the  burdens  imposed  on  both  clinicians 
and  users  by  traditional  fixed  abbreviation 
expanders.  These  burdens  include  the  requirement 
to  devise  and  memorize  good  unique  abbreviations 
for  the  items  that  are  to  be  abbreviated.  This  is 
achieved  by  the  application  of  a  set  of  formal 
abbreviation  rules  across  the  user's  vocabulary  in 
order  to  anticipate  the  abbreviations  that  the  user 
will  enter.  A  flexible  expander  is  currently  under 
development  for  the  Microsoft  Windows  operating 
environment.  Being  independent  of  any  particular 
application  this  expander  offers  consistent  access  to 
abbreviation  expansion  from  within  any  context. 

Background 

Ever  since  [KV82],  abbreviation  expansion  has 
been  identified  as  an  important  technique  to  reduce 
the  typing  load  of  individuals  for  whom  typing  is 
their  primary  fomi  of  communication,  or  for  whom 
typing  is  a  significant  physical  task.  It  is  important 
for  these  individuals  to  produce  text  as  quickly  as 
possible  and  with  the  least  possible  effort. 

Abbreviation  systems  developed  since  then  rely  on 
the  assignment  of  a  specific  unique  abbreviation  to 
each  word  that  the  user  wishes  to  abbreviate.  The 
user  then  enters  this  abbreviation  and  the  system 
replaces  it  with  the  associated  expansion.  This 
approach  is  easy  to  implement  and  operates 
efficiently. 

Unfortunately  fixed  abbreviation  expansion 
imposes  numerous  unnecessary  burdens.  The  user 
is  required  to  memorize  all  of  the  abbreviations 
that  the  system  recognizes.  Someone  must 
manually  devise  and  enter  any  abbreviations  not 
already  in  the  system.  The  set  of  abbreviations  is 
probably  not  optimizxd  for  the  cognitive  skills  of 
the  user. 

In  Word  Compansion  [DLM89]  there  is  no 
predefined  assignment  of  abbreviations  to 
expansions.  Rather,  the  system  performs  ii  number 
of  transformations  on  an  abbreviation  in  attempting 
to  infer  the  intended  expansion.  In  this  way  the 


user  simply  enters  a  reasonable  abbreviation  for  the 
expansion  they  intend,  rather  than  recall  one  that 
they  had  memorized. 

Flexible  Abbreviation  Expansion  is  thus  a  hybrid 
of  these  two  approaches.  It  uses  knowledge  of  how 
people  go  about  abbreviating  in  order  to  anticipate 
the  most  likely  abbreviations' that  a  user  will  enter 
for  any  given  expansion.  This  allows  it  to  operate 
as  efficiently  as  traditional  fixed  expanders  while 
bringing  the  power  and  flexibility  of  Word 
Compansion  to  the  user. 

Statement  of  the  Problem 

Current  abbreviation  expanders  succeed  primarily 
in  decreasing  a  user's  typing  load.  Ideally  this  also 
translates  into  increasing  the  rate  at  which  the  user 
produces  text.  While  just  this  is  of  tremendous 
benefit,  there  is  still  room  to  significantly  improve 
the  user's  typing  capability. 

The  first  improvement  is  to  free  the  user  from 
memorizing  specific  abbreviation  assignments. 
Current  systems  do  decrease  the  amount  of 
memorization  required  of  the  user  by  utilizing 
mnemonic  coding  approaches  to  make  the 
abbreviation  assignments  easier  to  remember. 
Typically  these  take  the  form  of:  <2>  =  'to',  <b> 
=  'be',  <4>  =  'for',  and  <bc>  = 'because', and  so 
forth.  [V87][R91].  While  such  approaches  work 
very  well  for  the  most  common  and  frequently 
used  items,  the  fact  that  they  are  still  unique 
assignments  means  that  once  an  abbreviation  is 
used  for  one  item,  it  is  unavailable  for  any  other 
item,  no  matter  how  good  or  appropriate  it  might 
be  in  that  case  as  well 

this  leads  to  the  second  improvement  being 
covering  the  user's  broad  vocabulary  needs. 
Generally  expanders  come  with  a  set  of  default 
assignments  for  common  vocabulary  items  such  as 
function  words,  articles,  and  frequent  verbs,  nouns, 
and  phrases.  These  do  comprise  the  majority  of  the 
user's  typing  needs;  they  aren't  its  totality.  There  is 
a  vast  reservoir  of  subject-specific  vocabulary  tliat 
the  user  taps  on  demand.  To  abbreviate  any  of 
these  items  with  a  current  expander,  someone  must 
have  manually  assigned  an  abbreviation  to  it.  Since 
any  of  these  items  are  used  infrequently,  it  is  not 
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practical  to  make  the  effort  in  coming  up  with 
abbreviations  for  each  of  these  that  arc  both  uniQue 
as  well  as  easy  for  the  user  to  remember. 

A  solution  to  this  need  illustrates  the  third 
improvement,  tailoring  the  set  of  abbreviations  to 
the  individual  user.  To  overcome  the  demands  of 
manually  making  the  abbreviation  assignments, 
one  could  consider  using  sets  of  predefined 
abbreviations;  one  for  'chemistry',  one  for 
'basketweaving',  one  for  'golf,  and  so  one.  Two 
problems  with  this  solution  are  not  being  ab'e  to 
insure  the  uniqueness  of  any  particular 
abbreviation,  and  that  the  abbreviation  assignments 
do  not  in  general  reflect  the  preferences  of  its  user. 

Another  improvement  is  making  abbreviation 
expansion  available  to  the  user  within  any  typing 
context  in  a  consistent  manner.  Currently  an 
expander  is  tied  to  a  specific  application.  If  a  user 
has  an  expander  for  a  speech  aid  it  is  seperate  and 
distinct  from  one  they  would  use  with  a  word 
processor.  Not  only  must  the  user  how  to  operate 
each  of  these,  they  must  also  remember  a  different 
set  of  abbreviations  with  each,  or  at  least 
remember  which  and  how  the  abbreviations  differ. 

Approach 

Flexible  Abbreviation  Expansion  makes  all  of  these 
benefits  available  to  the  user.  It  achieves  this  by 
using  a  set  of  abbreviations  for  a  given  expansion, 
rather  than  a  unique  assignment.  This  set  is  not 
entered  manually,  rather  it  is  generated 
automatically  given  the  set  of  items  that  is  to  be 
abbreviated. 

An  abbreviation  strategy  directs  the  generation  of 
the  set  of  abbreviations  associated  with  a 
vocabulary.  The  strategy  consists  of  a  set  of 
abbreviation  rules  that  are  partitioned  into  subsets 
related  to  word  length.  That  is,  for  a  word  of  a 
specific  length,  there  is  a  set  of  rules  to  be  used  in 
producing  a  set  of  abbreviations  for  that  word. 
This  set  is  ordered  according  to  the  user's 
preference  in  applying  the  rules.  This  arrangement 
is  based  on  the  observation  that  preferences  vary 
among  individuals  based  on  word  length  [S91]. 

An  abbreviation  rule  is  a  formal  description  of  the 
relationship  between. an  expansion  and  an 
abbreviation  [S91].  A  simple  example  is  truncation, 
where  the  abbreviation  is  some  number  of  the 
leftmost  letters  from  the  word.  Another  example  is 
salient-letter,  the  first  letter  of  each  syllable  in  a 
multiple-syllable  word. 


Once  the  set  of  abbreviations  is  generated,  they  are 
entered  into  an  abbreviation-expansion  table.  Each 
row  of  this  table  represents  all  of  the  expansions 
for  any  particular  abbreviation.  These  expansions 
are  ordered  by  the  preference  for  the  nile  used  to 
produce  the  abbreviation.  That  is,  the  most 
preferred  expansion  is  the  one  for  which  the 
abbreviation  was  produced  by  the  most  preferred 
rule.  When  two  expansions  have  the  same 
preference,  they  are  arranged  by  increasing  length. 
This  represents  the  preference  of  having  shorter 
abbreviations  associated  with  shorter  expansions. 

The  entire  set  of  items  that  the  user  wishes  to 
abbreviate  is  divided  into  seperate  vocabularies, 
where  each  is  typically  a  set  of  perhaps  as  many 
two  hundred  related  words.  The  user  can  then 
select  a  small  number  of  these  vocabularies  as 
being  active  at  any  given  time.  This  allows  the 
expansion  to  focus  on  the  particular  subject  about 
which  the  user  is  writing,  rathei  than  the  as  many 
as  twenty  thousand  words  that  the  user  might 
know  in  general.  Each  such  vocabulary  has  its  own 
table.  This  is  done  for  the  convenience  of  the  user 
and  makes  the  process  of  expansion  more  efficient. 

The  user  has  a  choice  in  how  abbreviations  are 
expanded.  With  one  method  the  abbreviation  is 
replaced  with  its  most  likely  expansion.  Should 
this  not  be  the  one  that  the  user  intended,  they 
press  the  Space  Bar  (or  any  designated  < 
abbreviate  >  key)  again,  and  the  next  most  likely 
expansion  appears.  The  user  repeats  this,  cycling 
through  the  entire  list  at  will,  until  the  desired 
expansion  appears,  at  which  point  they  resume 
typing  with  a  non-< abbreviate  >  key.  With  the 
second  method,  should  the  user  reject  the  most 
likely  expansion,  a  list  is  presented  from  which  the 
user  can  select  the  desired  expansion  directly. 
These  expansion  methods  are  actually  not  distinct: 
the  user  can  press  the  Space  Bar  to  scroll  through 
the  list,  and  can  directly  select  the  expansion  in  the 
first  method.  The  difference  between  the  two  is 
essentially  whether  or  not  the  list  appears  when  the 
most  likely  expansion  is  rejected.  This  is  provided 
as  a  feature  for  those  users  to  whom  the  seeing  the 
list  is  not  of  benefit. 

One  important  observation  about  flexible 
expansion  is  that  it  does  not  preclude  the 
traditional  fixed  expansion.  The  table  produced  for 
any  vacabulary  can  be  edited  to  add,  change,  or 
remove  both  abbreviations  and  expansions.  In  this 
way  fixed  abbreviation  assignments  can  still  be 
used  by  simply  having  only  one  possible  expansion 
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for  an  abbreviation.  Thus  the  expander  can  provide 
the  benenfits  of  fixed  expansion  for  the  most 
frequently  used  items. 

Implications 

By  removing  the  uniqueness  constraint  on  the 
abbreviation-expansion  relationship,  the  user  no 
longer  has  specific  assignments  to  memorize. 
Rather,  the  user  can  simply  construct  some 
reasonable  abbreviation  for  the  expansion  item 
they  wish  to  enter.  With  a  suitable  defined  strategy 
the  expander  will  have  anticipated  this  abbreviation 
and  can  present  the  desired  expansion.  In  the  worst 
case  the  desired  expansion  would  be  one  of  the 
alternative  expansions  the  system  identified. 

Using  the  strategy  the  system  can  tailor  the  set  of 
abbreviations  for  a  given  set  of  items  to  any 
particular  user.  More  importantly  this  set  of 
abbreviations  is  automatically  generated  and  does 
not  have  to  be  manually  entered.  Thus  abbreviation 
expansion  is  made  available  across  the  '.'ser's 
vocabulary  in  a  practical  manner.  Being 
independent  of  specific  application,  flexible 
abbreviation  expansion  gives  the  user  consistent 
and  transparent  access  across  all  applications.  The 
user  can  make  use  of  the  same  set  of  abbreviations 
in  the  same  manner  from  within  any  application 
and  gain  the  same  benefit. 

Discussion 

A  flexible  abbreviation  expander  is  being 
developed  and  tested  for  the  Microsoft  Windows 
environment.  This  typing  aid  gives  users  easy  and 
consistent  access  to  a  wide  varitety  of  software 
ranging  from  popular  off-the-shelf  word-processing 
to  specialized  speech  communication.  In  addition, 
this  is  one  more  tool  in  making  workplace 
accomodation  more  complete. 

Future  enhancements  of  Flexible  Abbreviation 
Expansion  includes  incorporating  adaptiveness  to  a 
particular  user.  Generally  this  means  fine-tuning 
the  operation  of  the  expander  based  on  the 
selection  pattems  of  the  user.  For  example,  with  a 
given  abbreviation  the  user  may  actually  prefer  an 
expansion  that  the  strategy  indicates  as  being  the 
third  most  preferred.  An  adaptive  expander  would 
recognize  this  and  override  the  strategy  and  reflect 
the  user's  preference  with  this  abbreviation.  In 
another  case,  the  system  could  also  observe  more 
wide-scale  tendancies  and  actually  modify  the 
strategy  itself.  Of  course,  some  users  will  be  more 


sensitive  to  this  fine-tuning  than  others.  So  the  use 
and  extent  of  adaptiveness  would  be  entirely  at  the 
discretion  and  desire  of  each  individual. 
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ABSTRACT 

This  paper  discasscs  ihc  dcvclopmcni  of  several  on -scivon 
keyboards  which  can  be  conuollcd  using  imprecise  or  inaccurjie 
poiniing,  These  keyboards  arc  modelled  on  prcscnUy  available 
coded  input  techniques,  such  as  Morse  code  or  Eiran  systems,  but 
U.SC  die  dj  naml."  nature  of  die  computer  screen  to  eliminate  the 
need  to  learn  a  jode.  The  use  of  simple,  locauon-siceific  head 
gestures  to  indicate  sclecuon  is  also  described. 

BACKGROUND 

Presenlly,  there  are  few  commercially  available  computer  access 
systems  which  effectively  exploit  the  abilities  of  uscri  who  have 
limited  pointing  abilities  or  who  are  unable  to  time  their  actinns. 
These  users  must  accept  less  than  optimal  .speed  or  accuracy  due  tci 
present  technical  limitations.  Users  mu.st  frequently  choo.se 
between  direct  selection  or  scanning.  Many  individuals  who  arc 
presently  using  direct  selection  techniques  do  .so  with  great  effort 
and  frequent  errors.  Accuracy  can  be  improved  at  the  cost  of 
increased  physical  effort  and  decreased  speed  by  slrjiegies  such  as 
a  key  delay  which  forces  the  user  to  hold  down  the  d,  sia'd  key 
longer,  key  guards,  or  larger  spacing  between  keys.  The  allenia- 
live,  .scanning,  is  extremely  slow  .-ind  indirect.  Another  liiniuitioii 
of  .scanning  is  that  young  children  frcquendy  require  an  access 
technique  before  they  can  coiiceptu;ili/e  the  oiXTJtional  denuuuK 
of  scanning  input  (Kiaat,  1987;  Light.  1990). 

Three  approaches  are  suggested  diat  bridge  die  gap  between  direct 
selection  and  scanning.  One  approach  is  to  combine  dira't 
.selection  and  scanning  in  one  device.  Thi:s,  u.scrs  would  directly 
select  to  the  extent  of  their  abilities,  and  Uic.r  scan  to  choose  items 
which  they  arc  unable  to  select,  or  select  from  a  larger  group  and 
then  scan  items  wiUiin  that  group  (hybrid  sclectlon)(Treviranus, 
Shein,  Haataja,  Fames  &  Milner,  I99I).  This  approach  is  not 
offered  in  any  commercially  available  device  at  present  but  is 
frequently  practiced  by  graphic  communication  display  u.scrs  and 
their  communication  partners.  AnoUicr  approach  is  to  use  a  lonu  of 
ctxling  where  two  or  more  direct  selections  arc  u.sed  to  choose 
each  item,  The  sequence  of  actions  required  to  choose  an  item 
could  be  eiUier  cued  or  memorized,  In  the  third  approjch,  termed 
dLsambiguallon,  Uic  u!>cr  chooses  a  group  of  items  and  relies  uixm 
the  computer  to  guess  (or  disambiguate)  which  item  wiUiin  Uic 
group  is  intended,  Thus  the  user  makes  only  one  direct  selection  to 
choose  each  item,  unless  the  computer  has  "gue.s.scd"  wrong.  Tins 
paper  will  discu-Ss  the  coding  approach  and  the  ra-onceptii;ili/jtion 
of  di  is  approach  to  accommodate  die  needs  and  skills  of  individu- 
als with  imprecise  or  low  resolution  pointing. 

Frescnt  Applications  of  Coded  Access 

The  most  common  code  is  Morse  code.  AlUiougli  Mor.se  code  is  a 
potentially  fast  and  cfricicnt  means  of  computer  input  several 
factors  restrict  iLs  use  by  children  widi  congenital  neurological 
inipairmcnus,  Users  mi:st  reliably  control  die  timing  of  one  or  two 
actions,  to  distinguish  diLs  from  dahs  and  to  enter  all  elements  of 
the  code  wiUiin  die  allotted  time.  The  training  requiremenus  of 
Morse  frequently  restrict  ius  u-sc  becau.sc  it  dc(x;nds  on  the  uxr\ 
ability  to  memorize  die  code  (Bcukclnian,  Yorkston,  Dowden, 
1985),  Sy.stcrns  less  dependent  on  literacy  are  fretjuendy  chosen 
when  u.scrs  cimnol  read  (Lcc  &  Th^m.^s,  1990),  Even  when  die 
ctxles  arc  reassigned  to  .symbols,  children  frcquendy  i-ave  diffi- 
cully  in  undcrsuinding  die  operational  demands.  Vai.lerheiden, 


1984,  proposed  a  selection  technique  which  uses  dircc  reliable 
actions  without  die  timing  requirements  usually  associated  widi 
Morse  code  (direc-switch  Morse  code).  The  Handicode™  software 
program  ascs  diis  strategy.  This  technique  requires  direc  reliable 
switch  sites  and  does  not  overcome  die  training  demands  of  Morse 
calc.  Replacing  die  mnemonic  cues  widi  visual  cues  as  imple- 
mented in  die  RcalVoice™  reduces  die  need  to  memorize  die  code. 
The  choices  arc  presented  in  a  binary  tree  siructuic,  die  user  guides 
the  cuTior  to  die  selection  by  activating  die  appropriate  switch  at 
each  bnuiching.  Unfortunately  die  perceptual  and  visual-motor 
demands  of  diis  approach  frequently  outweigh  its  advantages. 

Inaiiodicr  form  of  coding  users  point  widi  dicireyes  to  a  group  of 
items  on  an  eye-gaze  frame  (Eiran),  subsequently  indicating  which 
item  is  intended  widiin  die  group  by  gazing  to  anodicr  group  which 
mdicatcs  die  location,  colour  or  number  of  die  item  (Beukelman, 
Yorkston,  Dowden,  1 985).  Clinicians  report  diat  diis  is  an  efficient 
.selection  niediod  whose  priniar>'  limitation  is  die  listener.  It  is 
re|X)rted  diat  even  trained  listeners  are  unable  to  keep  up  widi 
skilled  users.  The  Etran  is  infrequently  used  Ix-causc  die  augmcnta- 
uve  communication  user  is  dependent  u|X)n  U'aincd  listeners  and 
Ix-cause  of  die  physical  tiorricr  an  Etran  frame  creates  between  die 
iiidividiuil  and  die  listener  Cfrefler,  Crislip,  1985).  An  clecU-onic 
sjstciu  modelled  on  die  Euw  is  die  EycT)(x:r  Model  200.'^*'  This 
unit  displays  eight  groups  of  eight  items.  The  user  must  g-izc  at  die 
appropriate  group  and  dicn  at  die  group  which  concspi  ids  to  die 
position  of  the  desired  item.  The  display  remains  static.  The  gaze  is 
detected  remotely  bj'  a  built-in  camera  system  (Brandenburg  & 
Vanderheiden,  1987). 

Several  researchers  have  explored  a  coding  system  for  u.sers  who 
can  accurately  target  to  a  telephone  keypad.  Three  letters  of  die 
alphabet  arc  assigned  to  each  of  nine  keys.  The  simplest  appliea- 
uon  of  die  keypad  requires  2  keystrokes  to  select  eich  letter 
CVi'illen,  1982).  The  user  selects  die  key  to  which  die  desired  letter 
is  assigned  and  dicn  one  of  die  remaining  three  keys  to  indicate 
w  hich  of  die  du-ec  letters  is  intended. 

Re.sean.hers  have  demonstrated  that  selection  strategics  such  as 
those  itsed  widi  Etran  systems  arc  potenti;\lly  far  more  cfncicnt 
dian  scanning  (Goodeiioug,VTrep;igiiicr,  1980;  Vanderheiden, 
1984),  None  of  die  above  described  coding  systems,  however, 
offers  die  conceptual  simplicity  of  pointing.  In  each  of  die  coding 
strategies  die  user  does  not  point  directly  to  die  choice  but  also  to 
aiiodier  target  which  forms  a  cixlc  for  die  desired  item. 

Use  of  present  coding  sj  stems  is  resU'icted  due  to  one  or  more  of 
die  follo^Mllg  reasons: 

•  die  initial  UTiiniiig  dcmand.s  ;u-c  high  because  die  user  must  learn 
a  cixle, 

•  die  system  is  based  on  U'aditioiial  ordiographj', 

•  the  user  must  be  able  to  time  dieir  response,  or 

•  die  po.ssibic  controlling  actions  monitored  by  die  dev  ice  an 
limited. 

STATEMENT  OF  THE  PROBLEM  AND  RATIONALE 

A  selection  technique  which  can  be  effectively  controlled  diriiugh 
inaccurate  or  imprecise  pointing  is  required,  litis  leelini(|iif  must 
offer  relatively  fast,  efficient,  accurate  .ind  simple  control  of 
computer  based  applications, 
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In  order  10  provide  such  access  for  individuals  wilh  imprecise 
poiniing  ihe  sclcciion  technique  musi  meet  a  number  of  clinical 
criteria.  Once  the  user  has  decided  what  to  select  the  time  taken  to 
communicate  that  choice  should  be  as  short  as  possible.  During 
this  period  the  user  usually  works  out  how  to  communicate  the 
choice  to  the  system  (the  operational  requirements),  performs  the 
required  motor  acts,  and  waits  for  the  system  to  respond  or  present 
the  desired  choices.  The  system  can  be  designed  to  make  each  of 
these  tasks  less  effortful  or  quicker. 

•  The  difficulty  of  the  motor  act  can  be  more  important  than  Uie 
number  of  motor  acts  required  to  indicate  a  selection. 

•  Error  correction  should  be  as  simple  as  possible.  There  should 
be  no  opportunity  to  make  addiuonal  errors  in  the  process  of 
correcting  an  error. 

•  Light,  1990,  argues  that  the  access  systems  must  respond  to  the 
conceptual  models  of  consumers.  System  recrcseniations  and 
operational  requircmcnLs  should  be  in  synchrony  with  the  user's 
mental  models.  She  also  argues  that  Uic  system  should  provide 
dues  to  designate  the  operational  requirements.  The  "relation- 
ship between  the  user's  goals  and  the  actions  required  to 
achieve  these  goals"  should  be  clearly  designated  by  the  design. 

•  The  system  should  accommodate  the  needs  of  both  the  novice 
and  the  expert  user.  The  system  should  be  operable  with 
minima!  initial  learning.  The  process  of  conirolling  the  .^election 
technique  should  become  automatic  or  habituated  as  the  user 
gains  expcrti,sc.  The  system  must  therefore  be  very  predictable 
and  require  minimal  visual  vigilance. 

DESIGN  AND  DEVELOPMENT 

Several  on-scrccn  keyboards  for  imprecise  pointing  have  been 
developed.  These  keyboards  are  modeled  on  the  ETRAN  but 
utilize  the  dynamic  nature  of  the  computer  screen.  The  keyboards 
arc  implemented  in  an  on-screen  keyboard  program  called  WiViK. 
Tlie  program  runs  on  any  IBM  or  compatible  computer  running 
Windows  3.0  or  3.1.  WiViK  can  be  addressed  with  any  mouse 
compatible  pointing  device  including  head  pointers  or  touch 
screens  (Shein,  Hamann,  Brownlow,  Treviraiius,  Milner  and 
Fames,  1991). 

The  first  keyboard  developed  is  a  simple  quartering  keyboard.  All 
of  the  selectable  items  are  divided  into  four  quadrants.  The  user 
points  to  the  quarter  containing  the  item  they  want.  That  quarter 
expands  to  fill  the  whole  keyboard  and  is  again  divided  into  four 
quadrants.  The  user  then  chooses  the  quarter  containing  the  desired 
item  as  before  and  that  quarter  expands  to  display  one  item  per 
quarter.  The  user  then  points  directly  to  Ihe  desired  item.  Thus  a 
user  w  ho  can  only  point  to  four  targets  can  accurately  pick  one  of 
(ti  items  with  three  selections.  Each  selection  act  involves  locating 
the  desired  choice  and  pointing  to  it.  (Si  Figure  1).  The  ascr 
corrects  errors  or  backs  up  through  the  process  by  activating  a 
switch.  The  item  entered  is  echoed  by  a  voice  synlhc.si7er. 
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Figure  I:  Sequence  of  displays  wiih  quarlering-style  on-screen 
keyboard 


This  keyboard  was  tested  by  several  users  who  pointed  using  an 
absolute  headpointer.  It  was  found  thai  vertical  and  horizonlal  head 
movements  were  easier  to  conuol  tlian  diagonal  head  niovemenLs. 
To  allow  conu-ol  thmugh  vertical  and  horizontal  movements  the 
keyboard  was  redesigned.  The  keyboard  was  rotated  to  form  a 
di:uiiond,  thereby  nuiiniaining  the  effect  of  expanding  quadrants 
(Sec  1-igiire  2). 

When  using  a  heailixiiiiter  or  other  |X)inting  dev  ice  ascrs  indicated 
a  selection  by  prc.ssing  a  switch,  vocalizing  (to  activate  a  sound 
switch)  or  pausing  over  a  square  ibr  a  predetemiincd  time  (dwell 
lime).  Switch  activation  Irequently  caascd  the  pointer  to  stray  from 
the  target.  When  asing  dwell  time  users  were  more  prone  to  make 
unwanted  selections,  often  w  hen  the  user  was  resting  between 
selections.  Some  users  had  difTiculiy  in  niaiiiiaining  the  cursor  on 
the  larget.  To  account  for  this  an  averaging  feature  was  incorpo- 
rated into  WiViK  such  that  the  dwell  criterion  can  be  met  by 
passing  over  the  target  several  times. 

Another  solution  exploits  btitli  the  fonn  and  location  of  head  or 
hand  gestures.  Each  quadrant  of  the  diamond  is  bisected  with  a 
vertical  or  horizonlal  line.  To  select  the  quadrant  the  user  passes 
ova  die  lino  and  back  into  the  center  of  Uic  keyboard.  The  desired 
item  is  therefore  selected  by  a  series  of  three  hori/.ontal  and/or 
vertical  head  moveincnLs.  The  size  of  the  movemenLs  required  can 
be  adjusted  by  moving  the  lines  further  from  the  middle  of  Uie 
keyboard. 

Tlie.se  quartering  keyboards  require  Uirce  selections  to  choose  eaih 
item.  In  onler  to  make  more  frcqucnUy  chosen  items  easier  to 
select  a  variation  of  the  quailrant  keyboard,  modelled  on  Morse 
code,  was  developed.  Scleciablc  items  are  divided  into  two 
quartcn;  (Uiosc  beginning  with  a  dit  and  those  beginning  with  a 
dah).  The  remaining  quarters  coniain  a  space  and  a  Ixickspace 
respectively.  When  a  quarter  is  chosen  the  priority  item  within  that 
quarter  moves  to  the  quarter  previously  occupied  by  the  space  and 
the  remaining  items  in  that  quarter  arc  divided  into  Uiose  which 
require  a  dit  and  lliosc  which  require  a  dah  as  the  next  entry  in  the 
code.  Sp;ice  and  backspace  can  therefore  be  chosen  wiUi  one 
selection.  High  priority  letters  such  as  e  or  t  can  be  chosen  with 
two  selections.  The  selection  technique  emulates  three-switch 
Morse  code  without  requiring  the  participant  to  memorize  the 
ctxle. 
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Figure  2  :  Diamond-style  on-screen  keyboard 
EVALUATION 

Users  of  these  alternative  access  techniques  have  been  actively 
involved  throughout  the  iterative  design  process.  The  five  clients 
participating  in  the  evaluation  have  impaired  pointing  abilities  due 
to  cerebral  palsy  and  arc  between  the  age  of  7  and  27.  These  clients 
previously  used  scanning  or  expanded  keyboards  (with  excessive 
effort  or  error).  The  pointing  resolution  of  these  individuals  ranges 
from  4  targets  to  8  targets  when  using  an  absolute  head  pointer  to 
point  to  a  standard  sized  computer  screen.  These  individuals  were 
able  to  grasp  the  operational  requirements  of  the  on-screen 
keyboards  following  a  brief  verbal  description  and  a  one  minute 
demonstration.  The  quadrant  and  diamond  keyboards  were  more 
formally  pilot  tested  by  two  users  resulting  in  the  design  adjust- 
ments discussed  previously.  When  comparing  entry  using  scanning 
with  entry  using  the  quartering  technique,  input  rate  improved 
from  an  average  of  1.4  entries  per  minute  with  a  standard  deviation 
of  0.3  to  an  average  of  3.1  entries  per  minute  with  a  standard 
deviation  of  0.4.  These  keyboards  will  be  tested  and  further 
developed  in  a  research  study  comparing  4  selection  techniques 
namely:  scanning,  Morse  code,  quartering  and  disambiguation 
techniques. 

DISCUSSION 

All  permutations  of  this  approach  have  not  yet  been  explored,  the 
development  and  evaluation  process  is  expected  to  continue  over 
the  next  few  years.  In  considering  the  clinical  criteria  discussed 
previously  these  selection  techniques  appear  promising  for 
individuals  with  imprecise  pointing  abilities.  The  operational 
requirements  of  the  developed  selection  techniques  closely  match 
the  most  natural  method  of  selecting  objects:  pointing  to  them  The 
task  can  be  presented  to  the  user  as:  "point  to  the  one  you  want 
until  it  is  entered."  The  expanding  quadrants  communicate  tlie 
effect  of  bringing  the  desired  item  closer  to  the  ascr.  To  match  the 
necessary  motor  acts  to  the  motor  skills  of  the  user  the  size  and 
nu  mbcr  of  the  targets  can  be  adjusted.  Unlike  traditional  applica- 
tions of  Morse  code  the  ascr  need  not  Icam  a  code  to  begin  to  u.se 
the  on-screen  keyboards.  The  keyboards  differ  from  disambigua- 
tion techniques  in  that  they  arc  very  predictable  and  do  not  require 
llic  same  vigilance  to  system  errors  or  wrong  guesses.  They  an; 


therefore  conducive  to  motor  habituation.  As  the  user  becomes 
expert  in  using  tl>c  keyboard  the  visual  cues  can  be  faded,  perhaps 
ultimately  leaving  only  the  outline  of  the  squares  or  lines  to  cross. 
Disambiguation  techniques  depend  upon  linguistic  infonnation  to 
guess  which  targets  are  intended,  the  quartering  approach  is  not 
dependant  on  linguistic  infonnation  and  can  therefore  be  used 
outside  a  text  application  to  select  icons  or  other  graphically 
represented  objects. 
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Abstract 

Head  mounted,  light  pointers  have 
been  used  for  some  time  as  a  means 
of  communication.  The  traditional 
units  have  been  incandescent 
resulting  in  mounting  difficulties, 
high  energy  use,  focusing/spot  size 
limitations,  and  difficulty  in  use 
in  high  ambient  light  levels  and 
over  long  distances.  The  visible 
light,  diode  laser  offers  an 
attractive  alternative  including 
small  size  and  weight,  low  energy 
requirements,  and  a  small,  intense 
spot  which  can  be  seen  over  large 
distances  even  under  high  light 
levels.  The  laser  based  pointer  can 
be  used  to  indicate  selections  from 
both  close  and  far  targets  without 
refocusing.  The  beam  can  also  be 
used  for  environmental  control 
applications  as  an  input  to  an 
appropriate  light  sensitive  switch. 

Introduction 

Head,  neck  and  eye  movements 
provide  a  degree  of  motor  control 
that  can  be  effectively  used  by  the 
non-verbal  population  with  little 
or  no  use  of  the  extremities 
(Brown,  Kostraba,  et  al,  1991). 
This  can  include  direct  eye  gaze 
communication,  eye  gaze  monitoring 
devices  for  computer  input,  and 
direct  activation  of  switches  by 
the  head,  or  with  a  head  mounted 
mechanical  pointer.  It  can  also 
include  head  mounted  visible  light 
sources  used  as  pointers  (Field, 
1991)  ,  and  head  mounted  infrared 
(IR)  sources  for  activation  of  IR 
sensitive  devices.  In  the  latter 
case  visible  light  systems  are 
sometimes  also  used  for  targeting 
since  the  location  of  the  IR  beam 
cannot  otherwise  be  found. 
Commercial  versions  of  such  devices 
are  available  from  a  number  of 
vendors. 

The  traditional  visible  light 
pointer  has  used  incandescent  light 
sources.  These  devices  have  been 
relatively  large  and  heavy,  and 
mounting  them  on  the  head  has 
presented     difficulty,  although 


effective  solutions  have  been 
reported  (Field,  1991).  The 
incandescent  devices  have  other 
limitations  including  difficulty  in 
focusing  the  light  beam  to  a 
desired  diameter,  and  maintenance 
of  that  diameter  over  variable 
distances.  Light  intensity  has 
also  been  a  problem  in  that  high 
ambient  light  levels  can  wash  out 
the  beam.  These  problems  can  be 
very  effectively  addressed  by  the 
use  of  solid  state  diode  laser 
modules  with  output  in  the  visible 
domain  (typically  a  red  beam  with  a 
wave  length  of  670  nm)  .  These 
modules,  with  appropriate  drive 
circuits,  optics  and  power 
supplies,  produce  a  narrowly 
focused  beam  of  high  intensity.  In 
our  application  a  spot  size  of  1/8 
inch  is  obtained  over  continuous 
distances  from  close  to  the  source 
to  across  a  room.  Moreover  they 
are  light  and  therefore  easily 
mounted,  and  their  power 
requirements  can  be  met  by  standard 
batteries. 

Laser  Technology 

"Laser"  is  an  acronym  for  "light 
amplification  by  stimulated 
emission  of  radiation".  The  laser 
beam  is  characterized  by  being 
coherent  (all  light  waves  in  phase) 
and  monochromatic  (one  wave 
length/ color) .  Laser  beams  in  most 
applications  have  very  little 
divergence,  i.e.  the  diameter  of 
the  beam  remains  constant  over 
large      distances.  In  many 

applications  this  is  particularly 
useful  in  that  all  of  the  energy 
contained  in  the  light  can  be 
delivered  to  a  small  area.  Lasers 
are  characterized  by  the  frequency 
of  the  light  and  the  total  power  in 
the  beam.  In  the  visible  spectrum 
frequency  determines  color,  thus 
the  red  beam  used  in  our  device  is 
light  at  a  wave  length  of  670  nm)  . 
Some  applications  of  lasers  use 
beams  that  are  not  visible,  i.e. 
ultraviolet  or  infrared.  The  power 
contained  in  the  beam  is  very 
important  with  respect  to  the 
capability    of    the    laser    to  cause 


RESNA  Internationar92  •  June  6-11,  1992 

392 


377 


Laser  Diode  Pointers 


damage  to  materials  which  the  beam 
falls  on.  Other  important 
parameters  are  whether  the  beam  is 
pulsed  or  continuous,  and  the 
duration  of  exposure.  High  energy 
lasers  can  be  used  to  cut  even 
metals  for  example,  and  medical 
applications  include  the  ability  to 
cut  and  vaporize  tissue.  The  eye 
is  particularly  sensitive  to  laser 
radiation  and  the  destructive 
capability  of  lasers  must  be  taken 
into  account  in  all  applications  to 
provide  assurance  that  inadvertent 
exposure  to  the  laser  beam  will  not 
produce  injury.  For  safety  and 
regulatory  purposes  visible  lasers 
(frequencies  of  400  to  700  nm)  are 
divided  into  the  classes  shown 
below  on  the  basis  of  delivered 
power  (ANSI,  1986;  21  CFR  Part 
1040) . 


Class 

Power 

I 

<   .01  mW 

II 

>  Class  I 

but 

<=  1  mW 

Ilia 

>  Class  11 

but 

<=  5  mW 

Illb 

>  Class  II 

but 

<=  0.5  W 

IV 

>  0.  5  W 

Engineering  and  personnel  control 
measure  requirements  vary  by  class. 
Notably  eye  protection  is  required 
for  Class  Illb  and  above  so  that 
such  lasers  would  be  unsuitable  for 
use  as  pointers  in  general 
population  environments.  Class  I 
lasers  are  too  weak  for  practical 
use  as  pointers.  Therefore 
suitable  devices  lie  in  Classes  II 
or  Ilia.  The  Class  II  lasers  we 
use  are  sufficiently  bright  that  it 
is  reasonable  to  restrict  this 
application  to  this  class,  rather 
than  use  Class  III  devices  with 
their  somewhat  greater  risk. 
However,  by  Federal  regulation  of 
laser  products.  Class  II  lasers 
require  a  warning  label  stating 
"Laser  Radiation  -  Do  Not  Stare 
Into  Beam"  (21  CFR,  Part  1040). 
Momentary  eye  exposure  to  a  Class 
II  laser  beam  is  not  considered 
harmful . 

Early  lasers  were  relatively  large 
and  complex  devices  with  glass 
tubes  and  high  input  electrical 
power  requirements.  These 
limitations  made  these  devices 
unsuitable  for  the  present 
application.  More  recently  the 
laser  diode  has  become  available 

378 


(e.g.  Toshiba  TOLD  9200  or  Sharp 
LT020MD)  in  small  and  durable 
units.  These  diodes  require  a 
drive  circuit,  a  colomating  lens 
and  a  heat  sink,  along  with 
appropriate  input  power  of  less 
than  5  volts.  These  devices  are  in 
common  use  in  CD  players  and  in 
hand  held  presentation  pointers. 

Head  Mounted  Laser  Pointer 

For  the  present  application  a 
complete  laser  diode  module 
consisting  of  diode,  drive  circuit 
and  heat  sink  is  used  for  head 
mounting,  while  the  batteries  and 
power  conditioning  circuit  are 
contained  in  a  small  box  attached 
by  coiled  wire.  This  configuration 
is  used  in  order  to  not  have  to 
carry  the  weight  of  the  batteries 
on  the  head  mounted  unit.  In 
addition  the  use  of  a  9  volt 
battery  provides  adequate  duration 
of  continuous  use  while  taking 
advantage  of  the  availability  of 
project  boxes  for  the  power  supply 
which  include  an  externally 
accessible  compartment  for  a  9  volt 
battery.  The  voltage  regulating 
circuit  produces  a  constant  voltage 
of  4  volts  which  provides  a  useful 
beam  which  is  well  within  Class  II. 
The  head  mounted  unit  is  attached 
to  the  ear  piece  of  the  user's  own 
glasses  or  to  lenseless  eyeglass 
frames  for  user's  who  do  not 
otherwise  where  glasses.  The 
original  design  included  in  the 
mount  the  ability  to  independently 
aim  the  laser,  but  this  was 
subsequently  found  to  be 
unneccesary  since  direct  attachment 
to  the  ear  piece  of  the  eyeglass 
frame  puts  the  beam  in  a  useful, 
more-or-less  central  position.  The 
aiming  mechanism  was  therefore 
eliminated.  For  most  users  the 
eccentric  weight  of  the  laser 
module  on  the  glasses  is  not  a 
problem.  However  for  some  users  an 
elastic  eyeglass  athletic  strap  is 
used  to  help  secure  the  glasses  on 
the  users  head.  When  used  alone 
the  laser  pointer  provides  an 
excellent  light  source  for 
selecting  items  from  a  lap  board 
word  or  picture  menu.  It  can  also 
be  used  for  indicating  selections 
over  greater  distances,  including 
across  the  room  as  desired.  The 
coiled  cord  is  a  convenience 
feature  which  eliminates  trailing 
cords  while  providing  protection 
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from  pulls  on  the  wire.  Our 
current  units  have  a  manual  on/off 
switches  on  the  power  supply  box 
which  is  used  by  attendants. 
Alternatively  a  separate  head 
accessible  switch  could  be  provided 
so  that  the  user  could  turn  the 
laser  unit  on  and  off  as  needed. 

Environmental  Input 

The  fact  that  the  head  mounted 
laser  provides  an  easily  seen,  well 
focused  beam  at  great  distances 
allows  the  laser  light  to  be  used 
as  input  to  a  light  sensitive 
switch  which  in  turn  can  operate 
any  device  to  which  the  switch  has 
been       interfaced.  We  have 

constructed  switches  suitable  for 
either  battery  powered  DC  devices 
(radios,  tape  players)  or  line 
powered  (110  volt)  devices  (lights, 
televisions)  .  The  time  delay 
portion  of  the  circuit  is  to 
prevent  rapid  on/off  switching 
during  target  acquisition.  Our 
initial  devices  used  solar  cells  as 
the  detector  in  order  to  provide  a 
large  target.  However,  the  narrow 
beam  allows  for  small  detectors  and 
therefore  a  multi-target  switch 
could  also  be  easily  made. 

Classroom  Use 

The    head    mounted    laser  pointer 
provides  a  technology  that  could 
find  interesting  application  in  the 
classroom  with  properly  prepared 
materials.     The  basic  concept  would 
be    for    the    teacher    to  provide 
multiple   choice    answers    for  the 
subject    being    studied    that  are 
visible   to    the    students.      When  a 
student  response  was  called  for  the 
non-verbal  student  could  use  the 
visible  light  pointer  from  their 
seat    to     indicate    their  choice 
across  the  room,  such  as  written  on 
the    blackboard.         In     fact  the 
materials    could   be    prepared  for 
overhead  projection  since  the  laser 
light    beam    is    easily    seen  even 
against   the   bright    light   of  the 
overhead     projector.  Non-verbal 
children   with   upper   extremity  use 
could  communicate  similarly  by  just 
using   readily   available   hand  held 
pointers.       Moreover,        in  the 
integrated  classroom  other  student 
could  also  have  laser  pointers  and 
a  "silent"  lerson  could  be  given  in 
which  all  participants  responded  by 
using  their  pointers. 


Conclusion 

Low  power  laser  diode  technology 
makes  it  possible  to  provide  a  next 
generation  of  head  mounted  visible 
light  pointers.     The  units  we  have 
provided    are    in    great    demand  and 
nearly     continuous     use     by  the 
recipients     who     are  non-verbal 
adults    with    significant  motion 
deficits  such  that  head  control  is 
their     primary     useful  physical 
function.     These  pointers  are  used 
for    detailed    communication  from 
word/phrase         boards,  simple 
communication    using    pictures  or 
objects,     and    for  environmental 
control.        These    devices    are  a 
significant  advance  over 

incandescent  pointers  in  terms  of 
beam  intensity,  focusing,  mounting, 
weight,    heat,    and  power  needs. 

References 

ANSI,  "American  National  Standard 
for  the  Safe  Use  of  Lasers", 
Z136.1,  1986  (reprinted  with 
corrections,   1989) . 

Brown,  C,  Kostraba,  J.R., 
Cavalier,  A.,  and  Wyatt,  C, 
"Eyegaze  and  Headpointing 

Technology  for  Children  and  Adults 
with  Mental  Retardation",  RESNA 
14th  Annual  Conference,   383,  1991. 

Code  of  Federal  Regulations,  Title 
21,  Part  1040. 

Field,  D.,  "A  Better  Mount  for 
Light  Pointers",  RESNA  14th  Annual 
Conference,   373,  1991. 

Acknowledgment 

Funding  for  the  work  described  here 
was  provided  in  part  by  grant 
number  EET  8805377  from  the 
Biomedical  Engineering  and  Aiding 
the  Disabled  Program  of  the 
National  Science  Foundation 


William  A.  Hyman 
Bioengineer ing  Program 
Texas  ASM  University 
College  Station,  Texas  7784  3 


RESNA  International  '92  •  June  6-1 1,  1992 

394 


379 


22.1 


HAINSTREAMING  STUDENTS  WITH  ASSISTIVE  TECHNOLOGY 


Molly  Doyle,  MS  CCC,  Cynthia  Cottier,  MA  CCC,  Ronna  Joseph,  OTR 
CART  Rancho  Los  Amigos  Medical  Center 
7601  E.  Imperial  Hwy 
Downey,   CA  90242 


Abstract 

Students  with  disabilities  often 
need  assistive  technology  to 
participate  in  regular  classroom 
activities.  However,  most  regular 
education  teachers  have  not  received 
training  in  using  assistive  devices 
nor  do  they  receive  consistent 
support  from  personnel  trained  in 
this  area.  Currently,  a  pilot 
training  program  for  "integration 
specialists"  is  being  implemented  in 
a  local  school  district.  Specialists 
train  and  provide  support  to 
teachers  and  their  students  who  use 
voice  output  communication  aids  in 
regular  classrooms.  The  beginning 
components  of  the  pilot  training 
program  include  information  modules 
in  the  areas  of:  augmentative 
communication,  seating  and  motor 
access,  and  interaction  strategies. 

Background 

Students  with  severe  speech 
impairments  often  depend  on  voice 
output  communication  aids  (VOCAs)  to 
participate  actively  in  classroom 
activities.  The  prescribing 
clinicians  provide  students  with 
initial  training  on  their  VOCA,  but 
often  cannot  provide  ongoing  support 
due  to  large  caseloads,  time 
limitations  and  reimbursement 
problems.  It  is  believed  that 
ongoing  support,  in  the  form  of 
teacher  education  and  training  in 
using  VOCAs,  significantly 
influences  the  extent  to  which 
students  use  their  VOCAs  in  the 
classroom,  when  teacher  training  and 
support  are  lacking,  the  students' 
abilities  to  use  their  VOCAs  to 
socialize  with  peers,  to  participate 
in  class  and  to  complete  assignments 
is  significantly  compromised.  This 
is  particularly  true  for  children 
using  VOCAs  in  mainstreamed 
settings,  that  is,  in  classes 
containing  predominantly  able-bodied 
students . 


To  address  the  problem  of 
insufficient  teacher  training  and 
lack  of  support  for  students  using 
VOCAs  in  integrated  classrooms,  this 
project  proposes  to  develop  and 
implement  a  training  program  for 
"integration  specialists."  The  role 
of  an  integration  specialist  is  to 
ensure  that  mainstreamed  students 
have  consistent  access  to  activities 
in  the  regular  classroom.  Consistent 
access  is  achieved  by  training 
teachers  and  by  maintaining 
communication  devices. 

Objectives 

1.  Survey  professional  groups  and 
parents  regarding  services  currently 
provided  to  students  using 
augmentative  communication  systems, 
and  the  needs  of  students  and  their 
teachers  in  integrated  classrooms. 

2.  Identify  appropriate  candidates 
for  integration  specialist  training 
program; 

3.  Develop  and  field  test  training 
modules  for  integration  specialist 
training  program; 

4.  Develop  and  field  test  protocol 
that  quantifies  the  interaction 
patterns  among  students  using  VOCAs 
with  their  teachers  and  classmates. 

Method 

Professionals  and  parents  were 
surveyed  to  determine  training  needs 
of  integration  specialists.  This 
information  resulted  in  the 
development  of  several  training 
modules  which  cover  augmentative 
communication  intervention  as  well 
as  strategies  currently  implemented 
in  classrooms  to  facilitate  use  of 
VOCAs.  The  modules  include  the 
following  topic  areas:  Overview  of 
assistive  technology;  Evaluating 
students  and  selecting  augmentative 
communication  systems;  Seating, 
positioning  and  motor  access  to 
devices;  Basic  training  in  use  of 
Touch  Talker  and  Light  Talker 
communication  devices;  and  Training 
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teachers  to  facilitate  use  of 
communication  techniques.  Each 
module  has  specific  objectives,  as 
well  as  pre  and  post  tests  to  ensure 
that  the  objectives  have  been  met. 
The  training  program  is  being  pilot 
tested  and  will  be  modified  based  on 
feedback  received. 

A  protocol  is  being  developed  to 
quantify  and  describe  the 
interaction  patterns  among  students 
who  use  VOCAs  with  their  teachers 
and  peers.  The  protocol  will  help  to 
determine  how  effective  integration 
specialists  are  in  increasing  both 
the  quality  and  quantity  of 
interactions  involving  device  users. 


Discussion 

Due  to  caseload  size,  time 
limitations  and  reimbursement 
problems  clinicians  often  cannot 
provide  teacher  training  and  device 
maintenance  that  students  need  to 
participate  in  regular  classrooms. 
An  "integration  specialist,"  who 
acts  as  the  liason  between  classroom 
members  and  the  primary  clinical 
team  will  significantly  assist 
teachers  in  ensuring  their  students 
who  use  VOCAs  have  consistent  access 
to  activities. 


The     integration     specialist  will 
train    teachers     in    the  following 
areas:       operating  communication 
devices;     assisting     in  curriculum 
adaptation;     teaching    able  bodied 
students      interaction  strategies; 
providing  students  with  disabilities 
opportunities    to    participate;  and 
reinforcing        the  student's 
communication        attempts.  The 
specialist   may   assist   the  student 
and  taacher  in  programming  the  VOCA 
and    resolving    equipment,  problems. 
The    training    modules    teach  the 
specialists    how    to    provide  these 
types  of  services.  The  modules  were 
developed     based     on  information 
obtained  from  the  surveys  and  from 


clinicians'  and  teachers' 
experiences  working  with  students 
using  VOCAs  in  the  classroom. 

The   specialists   act   as   the  liason 
between  the  classroom  members  (i.e. 
teacher,  device  user  and  able  bodied 
students)    and  the  primary  clinical 
team.   The  specialist  is  trained  to 
monitor  those  skills  that  influence 
the        student's        ability  to 
communicate,    and  when  appropriate, 
refer    the    student    to    the  primary 
team  for  a  followup  evaluation.  For 
example,    the    specialist    may  note 
that     the     student     sometimes  has 
difficulty  activating  his  switch  to 
control  the  VOCA.   The  student  hits 
the  switch  with  excessive  force  and 
after  multiple  attempts  slips  down 
in    his    wheelchair.     In    order  to 
activate  the  switch  successfully  the 
student    needs    to   be  repositioned. 
The   specialist  would   then  contact 
the    appropriate    therapist    to  re- 
evaluate   the    student's  wheelchair 
positioning     and     best     method  of 
switch  access.     The  therapist  would 
then        make        the  necessary 
modifications. 

The  project  has  recently  completed 
the  first  year  of  a  3  year  study. 
The  primary  objective  after 
completion  of  the  pilot  training 
program,  is  to  finalize  the  training 
manual.  The  manual  will  be  made 
available  to  school,  hospital  and 
university  programs  to  assist 
clinicians  in  training  staff  as 
integration  specialists. 
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ABSTRACT 

Special  education  students  often  do  not  maintain  and' 
transfer  iiwtructed  knowledge  and  skills.  Research 
suggests  that  thi5  is  in  part  due  to  difficulty  in 
distinguishing  relevant  from  irrelevant  information,  a  lack 
of  requisite  knowledge  about  the  problem  situation,  and 
a  failure  to  Jee  the  Connection  between  the  knowledge 
that  is  being  learned,  and  'solution  of  the  real-world 
problems.  An  approach  labelled  anchored  instruction 
attempts  to  overcome  these  difficulties  by  \ising 
hyi>ermedia-leaming  contexts  that  anchor  skills  to  real- 
life  situations.  In  systems  using  this  approach,  the 
critical  distinction  between  information  that  is  relevant 
and  irrelevant  to  the  solution  of  problems  is  highlighted. 
The  acquisition  of  knowledge  is  enhanced  by  the  use  of 
rich  databases  that  elaborate  the  sradem's  understanding. 
And  the  conceptual  "anchor"  provided  by  a  realistic  story 
enables  students  to  see  skills  as  tools  that  have  value  in 
the  solution  of  real-life  problems. 

MOCGROUND 

One  of  the  most  vexing  problems  facing  special  educators 
and  rehabilitation  counselors  is  their  students'  seeming 
inability  to  maintain  and  transfer  the  knowledge  and 
skills  that  they've  learned.  Teachers  wonder  why 
students  fail  to  use  skills  in  situations  that  are  similar  to 
those  in  which  they  were  taught.  Sma',1  changes  in  the 
instructional  materials,  tasks,  or  instructions  seem  to 
undermine  the  effects  of  long  and  often  arduous  periods 
of  training.  So  often,  teachers  know  that  their  students 
possess  the  knowledge  and  skills  that  are  needed  for  a 
particular  problem,  yet  they  do  not  use  them  flexibly  and 
effectively.  Children  witliout  obvious  learning  problems, 
anC  even  students  with  exceptional  talents,  often 
experience  the  same  difficulty.  While  it  is  fnund  among 
all  people,  the  problem  is  especially  pronounced  for 
children  with  learning  handicaps  (5)  (8). 

STATEMENT  OF  THE  PROBLEM 

The  reasons  for  the  inflexible  -se  of  knowledge  and  skills 
are  not  fully  understood.  However,  recent  findings  shed 
light  on  the  problem.  First,  people  respond  to  patterns 
that  they  recognize  in  the  world.  Relatively  superficial 
characteristics  of  many  problem  situations  are  typically 
the  most  salient  during  problem  solving.  It  is  important, 
therefore,  to  structure  problems  so  that  students  clearly 
recognize  the  important  characteristics  and  their 
relationships  to  other  problems  that  they  might  encounter 
(4)  (9). 

Second,  people  perform  most  successfully  in  problem 
areas  in  which  they  have  acquired  a  great  deal  of 
information  (7)  (12).  It  is  common  to  encounter 
children  who  possess  a  wealth  of  interconnected 
knowledge  about  such  topics  as  dinosaurs,  baseball 


players,  rocks,  cars,  etc.  Often,  their  memory  for  such 
details  and  the  complexity  of  their  problem  solving  in 
these  areas  stand  in  stark  contrast  to  their  performaTe 
in  other  situations.  The  specific  knowledge  that  they 
possess  helps  them  to  quickly  distinguish  useful  patterns 
of  stimuli  from  irrelevant  detail.  This  suggests  the 
importance  of  encouraging  children  to  develop  their 
specific  interests  because  the  resulting  knowledge  can 
facilitate  their  problem-solving  performance. 

Third,  skills  and  knowledge  are  too  often  taught  as  ends 
in  and  of  themselves,  rather  than  as  a  means  to  a  larger 
end  (2)  (4).  For  example,  math  is  often  taught  as  a  set 
of  procedures  that  operate  on  mathematical  symbols 
rather  than  as  a  tool  for  solving  real-world  problems.  As 
a  result,  children  often  fail  to  see  the  usefulness  of  these 
skills  in  their  everyday  lives.  Academic  skills  are  little 
more  than  abstract  puzzles  imposed  by  adults  on  children 
for  no  apparent  reason.  As  a  result,  it  should  not  be  a 
surprise  that  children  fail  to  maintain  and  transfer  skills 
under  these  conditions. 

APPROACH 

A  unique  approach  to  instruction  that  addresses  these 
factore  has  recently  been  documented  in  the  research 
literature.  This  approach,  called  anchored  instruction,  is 
designed  to  overcome  the  tendency  for  children  to  be 
passive  recipients  of  seemingly  irrelevant  information 
about  unrelated  problems  (10).  This  is  accomplished  by 
creating  rich  instructional  environments  via  multimedia 
technology  that  enable  students  to  see  how  experts  use 
skills  and  knowledge  in  real-life  problem  situations.  To 
be  successful  in  tliese  problem  situations,  many  different 
skills  must  be  employed  and  coordinated.  These  rich 
instructional  environments  serve  as  concepUial  anchors 
for  learning  about  the  interconnectedness  of  the  different 
skills  and  their  usefulness  in  solving  real-life  problems. 

This  idea  of  using  real-life  contexts  to  anchor  instruction 
has  a  long  tradition  in  education  and  is  seen  in  such 
instructional  arrangements  as  apprenticeships,  on-the-job 
training,  field  trips,  and  laboratory  experiments. 
However,  these  arrangements  are  not  always  possible  to 
create,  they  often  require  an  unwieldy  amount  of  time, 
and  they  are  often  difficult  to  control  to  insure  the 
desired  instructional  objective  (3).  Moreover,  typically 
each  of  these  individual  situations  are  configured  in  such 
a  way  that  they  are  conceptually  isolated  from  each 
other.  While  each  one  provides  a  specific  context  for 
showing  the  real-life  usefulness  of  a  specific  skill,  they  do 
not  provide  "macrocontexts"  for  learning  about  the 
interconnectedness  of  these  skills  in  solving  complicated 
problems. 

Anchored  instruction  relics  heavily  on  the  use  of 
h>iJermedia  videodisc  technology  to  create  macrocontexts 
for  learning.    The  laser  videodisc  provides  vivid  visual 
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and  audio  information  about  dynamic  events,  enabling 
students  to  practice  their  skills  in  identifying  relevant 
information  and  in  developing  rich  mental  images  of 
problem  situations.  Moreover,  the  videodisc's  random 
access  capabilities  allow  teachers  and  students  to  quickly 
retrieve  any  information  that  they  deem  important  for 
problem  solving  and  to  investigate  'what  if  hypotheses. 
Finally,  mere  sophisticated  videodisc  players  (technically 
known  as  Level  3  systems)  can  be  controlled  by 
computers  and  linked  to  databases  of  rich  information, 
thereby  enabling  students  to  further  elaborate  their 
knowledge. 

Dalton  and  Hannafin  (1987),  in  a  study  that  preceded 
the  use  of  hyper-links  and  the  term  'anchored 
instruction',  taught  high  and  low  achieving  adolescents 
strategies  for  managing  their  personal  fmances  when 
buying  on  credit.  Using  computer-controlled  interactive 
video,  they  portrayed  the  problems  caused  by  an 
inadequate  understanding  of  the  principles  of  buying  on 
credit,  such  as  overextending  a  credit  limit,  falling  behind 
on  payments,  underestimating  interest  charges,  and 
neglecting  financial  obligations  because  of  exctsjive  re- 
payment schedules. 

The  students  were  divided  into  three  groups:  those 
receiving  Knowledge  Training  saw  -/ideo  scenes  that 
depicted  the  basic  concepts  of  buying  on  credit  in  the 
form  of  a  narrator  providing  definitions.  After  each 
scene,  the  computer  asked  the  student  a  definitional 
question  that  tapped  his/her  recall  of  the  information. 
If  the  student's  response  was  incorrect,  the  system 
replayed  the  video  scene  and  asked  the  quettion  again. 
Students  in  the  Context  Training  group  saw  video  scenes 
depicting  the  usefulness  of  the  concepts  in  applied 
settings.  The  video  followed  an  adolescent  making  a 
variety  of  financial  transactions  through  the  course  of  one 
week,  such  an  negotiating  the  interest  on  a  loan  from  his 
brother.  After  each  scene  the  computer  asked  the 
student  a  question,  but  in  this  group  the  question  was 
posed  in  the  context  of  a  real-world  situation.  Across  the 
two  groups,  the  questions  were  designed  to  tap  parallel 
concepts.  Each  group  proceeded  through  10  insoructional 
video  segments  covering  parallel  topics.  Students  in  the 
Control  group  saw  all  video  scenes,  includmg  both  the 
definitional  knowledge  segments  and  the  context-based 
segments,  in  a  linear  fashion,  i.e.,  without  interspersed 
questions  from  the  computer. 

All  groups  were  then  given  two  20-item  vmtten  posttests: 
one  consisted  of  short-answer  completion  questions 
designed  to  tap  recall  of  factual  knowledge  and  the  ochar 
consisted  of  short-answer  completion  questions  designed 
to  tap  application  of  that  knowledge.  Students  in  both 
the  Knowledge  Training  group  and  the  Context  Training 
group  recalled  more  factual  information  than  students  in 
the  Control  group,  although  the  two  treatment  groups 
did  not  differ  significantly  from  each  other.  This  finding 
substantiates  the  pedagogical  value  of  actively  engaging 
students  in  their  learning.  However,  students  in  the 
Context  Training  group  applied  the  knowledge  from  the 
lessons  significantly  better  than  the  Knowledge  Training 
and  Control  groups,  who  did  not  differ  from  each  other. 


These  results  demonstrate  that  students  are  not  able  to 
effectively  apply  the  basic  knowledge  that  they  learn 
unless  that  information  is  presented  in  a  format  that 
gives  them  opportunities  for  its  application  and  in  a 
context  that  anchors  its  utility  to  real-world  situations. 

Bransford,  et  al.  (1988)  taught  chfldren  with  math  delays 
strategies  for  solving  math  word  problems  by  using  either 
traditional  instructional  methods  or  the  macroconteit 
afforded  by  the  movie  Raiders  of  the  Lout  Arte. 
Interestingly,  the  first  10  minutes  of  this  movie  provide 
many  good  and  vivid  examples  for  teaching  children 
measurement  skills.  By  using  the  videodisc's  random 
access  capabilities,  the  researchers  were  able  to  isolate 
the  sequences  of  frames  that  could  be  used  to  anchor 
children's  understanding  of  measurement  strategies. 

Children  in  this  study  were  given  two  pretests  before 
receiving  instruction.  The  first  pretest  assessed  their 
understanding  of  -neasurement  problems  as  posed  in  the 
traditional  word  problem  format.  The  second  pretest 
consisted  of  problems  taken  from  the  Raiders 
macrocontext.  Not  surprisingly,  all  children  performed 
very  poorly  on  both  pretests.  Children  were  then  divided 
into  two  groups.  Children  receiving  traditional 
instruction  were  given  extensive  practice  representing  the 
information  given  in  the  problem  and  generating 
solutions.  They  received  corrective  feedback  about  their 
efforts.  Children  receiving  anchored  instruction  were 
given  similar  training  but  the  problems  were  taken  from 
the  Raiders  macrocontext.  ChUdren  saw  the  sequence  of 
frames  that  was  relevant  to  the  problem  and  received  an 
explanation  about  its  usefulness.  They  then  generated 
their  answer  and  were  given  feedback  about  the  accuracy 
of  their  efforts. 

Children  in  both  groups  were  given  tv/o  posttests  that 
were  similar  to  the  pretests.  The  results  were  dramatic. 
Children  who  received  anchored  instruction  were  not 
only  more  accurate  than  children  who  received  traditional 
instruction  on  problems  taken  from  the  Raiders  movie, 
but  they  also  were  better  at  solving  problems  presented 
in  the  traditional  word  problem  format.  These  findings 
demonstrate  that  macrocontexts  can  promote  the  transfer 
of  problem-solving  skills  in  children  with  learning 
handicaps. 

Comme.rcially-availab!e  videodiscs  are  a  relatively 
inexpensive  source  for  anchored  instruction,  but  they 
have  not  been  designe.l  or  produced  with  teaching  and 
learning  as  a  focus.  Consequently,  they  often  lack 
appropriate  content  for  classroom  in? truction  and  fail  to 
include  information  that  is  pertinent  to  a  problem 
solution.  To  overcome  these  difficulties.  Van  Hanegan, 
et  al.  (1991)  developed  a  prototype  videodisc  called  The 
River  Adventure.  In  this  video,  children  are  told  that 
they  had  won  the  use  of  a  houseboat  and  must  make 
plans  for  a  journey  down  the  river.  The  video  depict'  a 
previous  journey  during  which  problems  involvl 
estimation  and  measurement  were  solved.  The  problems 
depicted  in  the  video  were  relevant  to  the  problems  the 
children  would  have  to  take  into  account  in  their 
planning  for  their  river  adventure  (e.g.,  volume  of  the 
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boat" s  fuel  tank,  lengtli  of  the  joumey,  direction  of  the 
river's  current).  All  of  the  information  needed  to  solve 
the  problems  was  either  directly  depicted  in  the  video  or 
could  be  deduced  from  the  information  revealed  in  the 
video. 

Van  Hanegan  et  al.  used  the  video  as  a  macrocontext  for 
teaching  special  education  students  about  strategies  for 
solving  measurement  and  distance  problems.  In  this 
rejearch,  students  were  first  given  a  pretest  consisting  of 
traditional  word  problems  about  distance  and 
measurement.  Half  of  these  problems  contained 
information  that  was  relevant  to  the  problem,  and  the 
other  half  conuined  both  relevant  and  irrelevant 
information.  Not  surprisingly,  children  performed  very 
poorly  on  both  types  of  problems.  Children  were  then 
divided  into  four  different  groups.  Three  of  these  groups 
received  anchored  instruction  and  the  fourth  group 
received  traditional  instruction  in  representing  and 
solving  distance  and  measurement  word  problems.  The 
groups  receiving  the  macrocontext  differed  in  how 
explicitly  they  were  instructed  to  use  information  in  the 
video  to  formulate  problems  and  in  what  kind  of 
feedback  they  were  provided  about  the  representation  of 
information  and  their  solution  to  the  problem. 

After  instruction,  all  children  were  given  a  posttest  with 
word  problems.  Striking  results  were  obtained  again. 
Childien  who  received  anchored  instruction  significantly 
outperformed  those  who  received  traditional  instruction 
on  both  distance  and  measurement  problems,  and  they 
were  less  likely  to  be  distracted  by  irrelevant  information. 
This  study  provides  further  support  for  the  conclusion 
that  anchored  instruction  in  problem  solving  provides 
powerful  assistance  to  students  with  learning  handicaps 
in  transferring  math  problem-solving  skills. 

IMPUCATIONS  AND  DISCUSSION 

These  and  other  studies  have  provided  encouragement  tc 
the  proponents  of  anchored  instruction.  These  studies 
illustrate,  however,  but  do  not  yet  fully  realize  the 
possibilities  afforded  by  this  instructional  innovation.  For 
example,  the  macrocontexts  described  in  this  article  were 
conceptually  isolated  from  each  other.  Moreover,  the 
linkages  to  other  content  areas  and  disciplines  were  not 
developed.  A  significant  increase  in  instructional  power 
would  result  from  developing  a  series  of  videodiscs  that 
depict  situations  in  daily  living  presenting  a  wide  range 
of  real-world  problems  and  that  permit  the  ("xploration  of 
databases  that  enable  students  to  develop  different 
disciplinary  perspectives  on  the  problems  confronted  by 
the  people  in  these  situations.  With  such  a  series  and  its 
associated  databases,  students  would  be  able  to  view  a 
single  macrocontext  that  serves  as  a  conceptual  anchor 
for  disciplines  such  as  mathematics,  science,  social 
swdies,  and  history. 

The  bottom  line  would  be  the  creation  of  powerful 
instnictional  anchors  that  vividly  and  convincingly 
illustrate  to  children  the  real-world  applicability  of 
knowledge.  This  is  one  of  the  next  advances  to  be 
realized  in  technology-assisted  instruction.  The  research 
conducted  thus  far  on  anchored  instruction  lays  down 
a  firm  foundation  for  this  exciting  next  step. 
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ABSTRACT 

Cognitive-connnnunication  deficits  are  a 
nnajor  barrier  to  the  successful  reintegration 
of  young  people  with  head  injuries.  This 
paper  describes  an  ongoing  research  study 
which  is  currently  evaluating  a  newly 
developed  connputer-based  cognitive- 
connnnunication  skills  retraining  progrann. 
This  package  consists  of  an  "adventure-type" 
ganne  and  consists  of  two  parts:  a  screening 
nnodule  and  a  rennediation  nnodule.  The 
progrann  concentrates  on  five  domains: 
attention;  memory/word  retrieval; 
organization;  language  comprehension  and 
reasoning/problem  solving. 


BACKGROUND 

Many  rehabilitation  centres  have 
implemented  cognitive  re-training  groups 
aimed  at  the  remediation  of  head-injured 
patients  in  the  early  stages  of  recovery. 
Jennet  (1975),  observed  that  tremendous 
eflorts  expended  on  intensive  treatment  in  the 
early  weeks  after  injury  are  often  largely 
v/asted  by  the  failure  to  provide  the  means 
whereby  the  full  potential  for  recovery  can 
be  achieved  during  the  later  stages.  Research 
needs  to  focus  on  the  development  of  adequate 
procedures  for  effecting  cognitive  change. 
(Finlayson,  Alfona,  &  Sullivan,  1987). 

This  paper  describes  the  work  that  is 
currently  being  carried  out  on  a  computer- 
based  cognitive  retraining  program  which 
focuses  on  the  remediation  of  deficits  found  in 
the  later  stages  of  recovery:  attention; 
memory;  word  retrieval;  comprehension  of 
abstract  language;  organization  and 
reasoning/problem  solving  skills.  This 
screening  and  remediation  package  utilizes  a 
new  approach  to  the  rehabilitation  of  these 
skills  by  combining:  speech  output;  voice 
recognition;  data  collection  capabilities; 
cueing  and  help  screens;  animation;  and 
multiple  difficulty  levels  into  an 
intrinsically  motivating  game  format. 


The  objective  of  this  study  is  to  evaluate  this 
highly  innovative  microcomputer-based 
program  for  remediating  cognitive- 
communication  skills  in  individuals  who  have 
sustained  a  haad-injury. 

RESEARCH  QUESTIONS 

1 .  Is  the  screening  module  a  reliable 
measure  of  skill  levels  in  the  domains  of 
attention;  comprehension;  memory  and  word 
retrieval;  organization;  and 
reasoning/problem  solving  and  thus  a  valid 
tool  for  measuring  progress  following  the 
remediation  modules? 

2.  Are  the  remediation  modules  an 
effective  enhancement  to  traditional  therapy 
for  cognitive  rehabilitation  in  the  areas  of 
attention;  comprehension;  memory  and  word 
retrieval;  organization;  and 
reasoning/problem  solving? 

METHOD 

Adolescents  (age  of  13-20  yrs)  with  closed 
head  injuries  who  exhibit  cognitive 
communication  deficits  are  currently  being 
evaluated.  All  subjects  conform  to  the 
following: 

-exhibit  higher  level  cognitive 

communication  deficits 

-comprehension  of  basic 

syntax  and  linguistic 

concepts 

-intact  expressive  language 

skills  at  the  sentence  level 

-coma  of  24  hours  duration 

-initial  Glasgow  Coma  Scale 

sore  of  greater  than  8 

-score  of  7  or  8  as  defined  by 

the  Rancho  Los  Amigos 

Orientation  Scale 

-absence  of  history  of  learning 

disabilities 

-3  months  post  onset 

An  A-A'-B  within  subject  and  between  group 
design  is  being  used.  Three  test  sessions  will 
be  completed.  Each  session  consists  of  the 
program  screening  module  and  the  battery  of 
standardized  tests.  The  experimental 
(treatment)  group  is  given  the  computer 
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remediation  modules  three  times  per  week 
for  8  weeks.  The  control  group  continues 
with  their  traditional  therapy  program. 

A  repeated  measures  of  multivariate  analysis 
of  variance  (A,  A',  B)  (MANOVA)  will 
determine  the  differences  between  test  scores 
of  the  two  groups  from  the  three  sessions. 
The  MANOVA  will  analyze  the  effects  of 
spontaneous  recovery,  practise  and  learning 
effects  and  traditional  therapy.  The  dependent 
variables  will  consist  of  processing  time, 
correct  response,  number  of  errors  and 
number  of  trials.  Also,  non-parametric 
statistics  will  be  used  (Kruskal-Wallace). 

RESULTS 

Preliminary  evaluation,  from  a  previous 
pilot  study  of  the  screening  and  remediation 
modules  with  three  adolescents  with  closed 
head  Injuries  and  five  non-head  injured 
normal  controls,  indicated  identical  subject 
rankings  from  the  screening  module  to  those 
obtained  from  the  standardized  test  battery. 
These  results  indicated  that  the  program  had 
preliminary  face  validity.  As  well,  dramatic 
improvements  in  the  performance  of  the  two 
head-injured  subjects  who  received 
remediation  three  times  per  week  were 
observed. 

In  the  current  study,  the  screening  module 
has  been  field  tested  with  ten  regular  junior 
high  and  high  school  students  in  order  to 
obtain  baseline  normative  data  for  the 
program.  Data  is  currently  being  collected 
and  analyzed  from  the  assessments  of 
adolescents  with  closed  head  injuries,  on  both 
the  screening  and  remediation  modules. 

DISCUSSION 

Improving  cognitive-communication  skills  is 
of  primary  importance  for  the  successful 
reintegration  of  young  people  with  head 
injuries  into  educational  and  vocational 
settings.  This  cognitive  retraining  program 
promises  to  be  an  effective  tool  for 
remediating  the  cognitive-communication 
deficits  exhibited  by  people  with  closed  head 
injuries.  Further  work  will  be  undertaken  to 
assess  validity  and  reliability  of  the  program. 
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Abstract 

A  hypothetical  device  called  a  "Companion"  is  proposed 
as  a  way  of  applying  advancing  technologies  to  the 
needs  of  individuals  with  cognitive  impairments.  The 
device  would  use  technologies  most  of  which  exist 
today,  and  would  provide  individuals  with  cognitive 
impairments  with  greater  freedom  and  ability  to  live 
and  move  about  independently.  Communication, 
location,  and  computer  technologies  can  be  combined 
to  provide  assistance  and  safety  without  dominance 
over  the  user. 

The  purpose  of  this  paper  is  to  stimulate  thought  and 
discussion  about  the  appropriate  use  of  technology  to 
enhance  the  abilities  of  indiv'duals  with  cognitive 
impairments,  including  the  c.hical  issues  in  the  use  of 
artificial  intelligence  to  assist  individuals  with  cognitive 
impairments. 

Background 

Technology  can  be  used  in  a  variety  of  ways  to  enhance 
the  lives  of  individuals  with  cognitive  impairments.  In 
vocational  settings,  appropriate  use  of  technology  can 
increase  the  opportunity  and  accessibility  of 
employment  for  people  with  disabilities  (Cress,  1987; 
.Ajidcrson  &  Grasse,  1990).  In  therapy  and  education 
settings,  technology  can  provide  a  context  for  practicing 
and  improving  selected  cognitive  skills  (lacono  & 
Miller,  1990).  In  daily  living  activities,  technology  can 
provide  functional  assistance  through  prompting, 
problem-solving,  memory,  or  enhancing  aids 
(Vanderheiden,  in  press). 

Specific  assistive  technologies  that  have  been  applied 
for  persons  with  cognitive  impairments  have  prompted 
or  reminded  users  In  specific,  well-defined  activities. 
For  instance,  simple  mass-market  watches  or  calendars 
can  serve  as  cognitive  prostheses  to  remind  users  of 
appointments  or  scheduled  activities  (Naugle  ct  al., 
1988;  Henry  et  al.,  1989).  More  complex  computer- 
based  strategies  has  been  developed  to  prompt  users  In 
problem-solving  for  multi-step  activities  (Lancloni  & 
Oliva,  1988;  Cole  &  Dehdashtl,  1990).  Advances  in 
technology  such  as  speech  recognition,  artificial 
intelligence,  and  pockct-sl7£d  computers  will  increase 
the  flexibility  and  power  of  these  assistive  technologies. 
The  challenge  remains,  however,  to  best  match  the 
technology  to  the  needs  and  abilities  of  the  persons 
served,  and  to  effectively  facilitate  cognitive  processes 
or  daily  living  skills. 

Statement  of  the  Problem 
A  primary  concern  about  the  use  of  artificial 
intelligence  in  cognitive  prostheses  Is  the  role  that  the 
technology  plays  in  the  user's  life.  Salomon  et  al.  (1991) 
express  this  Issue  as  the  difference  between  effects  with 
and  of  technology.  The  effects  with  technology  address 
the  changes  in  a  person's  performance  while  using 


intelligent  technology,  and  the  Intellectual  partnership 
that  exists  between  user  and  device  during  operation. 
The  effects  of  technology  refer  to  the  changes  In 
cognitive  or  functional  skills  that  occur  in  the  user  as  a 
"cognitive  residue"  resulting  from  the  use  of  technology. 

Cognitive  prostheses  for  persons  with  cognitive 
impairments  can  affect  the  results  both  with  and  of 
technology  If  the  device  functions  as  a  companion 
rather  than  a  director  for  activities.  Companion 
technologies  can  not  only  extend  or  enhance  an 
individual's  cognitive  abilities  (effects  of  technology), 
but  also  augment  the  user's  functional  abilities  during 
use  (effects  with  technology).  One  example  of 
companion  technology  incorporating  artificial 
intelligence  is  a  hypothetical  device  called  the 
"Companion." 

Approach 

The  Companion:  A  Hypothetical  Design 
The  Companion  is  a  small  device  approximately  the  size 
of  a  large  wallet.  It  has  four  or  five  large  buttons  on  It, 
which  are  brightly  and  distinctly  colored  and  have 
symbols  on  them.  One  of  the  buttons  stands  for  "Help." 
Two  other  buttons  stand  for  "Yes"  and  "No."  Another 
button  Is  a  request  button.  The  Companion  has  voice 
output  and  speech  recognition.  It  has  an  artificial 
intelligence  system  programmed  within  it  which  Is 
specifically  designed  to  facilitate  problem-solving  and 
crisis  resolution.  In  addition,  the  Companion  acts  as  a 
reminder  and  monitor  system  for  the  Individual.  The 
Companion  has  a  built  in  loran  system  (a  navigation 
system  which  determines  latitude  and  longitude  from 
remote  radio  signals),  allowing  it  to  keep  track  of  its 
exact  position.  Finally,  the  Companion  has  a  cellular 
communication  system  similar  to  a  cellular  telephone, 
allowing  it  to  put  the  individual  into  instant  contact  with 
a  crisis  line  in  case  of  an  emergency  which  cannot  be 
easily  handled  by  the  Companion. 

In  daily  use,  the  Companion  would  have  certain  regular 
activities  would  be  programmed  into  the  system.  The 
Companion  could  wake  the  individual  up  in  the 
morning,  and  then  periodically  ask  the  individual 
questions.  These  questions  could  help  cue  or  prompt 
them  through  their  morning  routine,  or  operate  as  a 
check  for  individuals  who  do  pretty  well  at  progressing 
through  their  morning  routines  on  their  own.  While  of 
some  benefit  In  routine  operations,  the  Companion  is 
really  much  more  useful  in  helping  to  remember  the 
breaks  In  routine.  This  would  include  days  when  the 
individual  Is  not  supposed  to  go  someplace  they 
normally  go  to  (due  to  a  special  appointmcnl,  a  holiday, 
etc.),  as  well  as  unusual  things  they  must  do  or  places 
they  must  go  (doctor's  appointments,  etc.).  Because  the 
system  always  knows  its  physical  location,  it  can 
automatically  check  the  individual's  progress  and 
determine  when  the  Individual  is  not  making  suitable 
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progress  toward  the  programmed  goal.  For  example,  if 
the  individual  has  a  doctor's  appointment,  the 
Companion  would  remind  them  in  time  for  them  to  get 
to  the  doctor's  office.  If  the  time  for  the  appointment 
was  drawing  near  and  the  individual  had  not  made 
progress  toward  the  doctor's  office,  the  Companion 
would  provide  additional  reminders  to  the  individual, 
help  them  problem-solve  the  situation,  or  put  them  in 
contact  with  someone  who  could  help  them  out. 

As  the  day  progressed,  the  individual  would  be  able  to 
request  information  or  assistance  from  the  Companion 
by  pressing  the  "Request"  button.  The  Companion 
would  respond  by  talking  to  the  individual  and  running 
through  a  list  of  functions  to  see  what  it  was  that  the 
individual  wanted.  Because  of  the  speech  recognition 
capability  of  the  Companion,  the  individual  could  also 
simply  respond  to  the,  initial  questions  of  the 
Companion  by  saying  what  it  was  that  they  wanted. 
Some  of  the  functions  that  the  Companion  could 
provide  include  providing  time  of  day,  providing 
directions,  checking  appointments,  providing  telephone 
numbers,  providing  addresses,  etc.  Here's  how  the 
system  might  work  for  a  young  man,  named  Tim: 

On  Ms  particular  day,  Tim  falls  asleep  on  the  bus  on  his 
way  home  from  work,  and  rides  past  his  normal  stop. 
When  he  wakes  up,  he  looks  out  the  window,  and  finds 
himself  in  a  totaUy  strange  part  of  town.  He  panics,  gets 
offth'.  bus,  and  begins  walking  aimlessly  about  the  streets, 
becoming  more  alarmed  as  he  goes.  The  Companion, 
rtcogriizing  that  he  is  in  an  area  that  he  has  never  been  to 
before,  and  which  is  not  on  his  agenda,  beeps  and  asks 
him  if  he  is  okay,  and  ifke  knows  where  he  was  going. 
Using  speech  or  the  yes/no  bu  ttons ,  he  answers  the 
Companion's  questions  until  the  Companion  is  fairly 
certainly  that  he  does  or  does  not  know  where  he  is 
headed.  If  the  Companion  determines  that  he  has  a 
problem  it  would  go  into  crisis/problem  resolution  mode, 
figure  out  what  the  problem  was,  and  attempt  to  help  him. 

The  Companion  would  start  by  asking  questions  to  try  to 
determine  what  type  of  problem  existed.  It  would  then 
run  through  a  number  of  problem-solving  strategies  to  try 
to  help  Tim  to  solve  the  problem  himself  If  this  did  not 
work,  then  Tim  might  be  advised  to  seek  help  from  those 
around  him  (depending  upon  the  environment  and 
situation).  Fiiudly,  if  the  Companion  was  unable  to  help 
Tim  to  solve  the  problem  himself  or  with  the  assistance  of 
those  around  him,  the  Companion  would  use  its  wireless 
phone-like  capability  to  coiuact  a  central,  shared  "Help" 
facility.  This  central  facility  would  be  manned  24  hours 
per  day  by  individuals  trained  to  provide  assistance  and 
problem-solving  to ptople  who  have  Companions.  Since 
the  central  facility  would  have  a  basic  fide  on  each 
individual,  as  soon  as  the  Companion  contacted  the 
central  facility,  background  information  on  Tim  would  be 
instantly  displayed  on  the  operator's  screen,  along  with 
any  information  that  the  Companion  had  been  able  to 
glean  through  its  processes,  including  the  iruUviduals 
current  location.  At  this  point,  Tim  would  be  in  direct 
voice  and  visual  contact  with  the  operator,  who  would  be 
able  to  talk  to  him  in  a  fashion  appropriate  to  his  abilities, 
determine  what  the  problem  was,  and  help  him  to  resolve 
the  problem. 


Tim  does  not  have  to  wait  until  the  Companion  detects  a 
problem  if  he  is  in  trouble.  Tim  can  signal  directly  that  he 
has  a  problem  by  pushing  she  Help  button.  Tim  could 
also  skip  the  Comparuon's  assisted  self-resolution  phase 
and  go  directly  to  the  call  to  the  central  operator  by 
pressing  the  Help  button  more  than  once. 

Althou^  Tim's  Companion  doesn't  have  this  feature  yet, 
a  new  model  of  the  Companion  has  jttst  come  out  on  the 
market  which  also  has  a  built-in  reading  capability.  This 
new  model  of  the  Companion  has  a  small  window,  like 
the  viewpnder  on  a  camera.  Using  the  new  model,  if  Tim 
saw  some  writing  on  a  sign  or  paper  that  he  could  not 
read,  he  would  be  able  to  just  look  through  the  viewfinder, 
aim  it  at  the  text,  and  push  a  button.  The  Companion 
would  ta.:e  an  electronic  "picture"  and  then  read  the  text 
aloud  to  Tim.  This  techttique  is  also  helpful  in  the  way- 
fmding  strategies,  because  the  Companion  would  also 
know  what  the  sign  said,  and  could  provide  some 
assistance,  if  it  was  a  familiar  type.  For  example,  if  Tim 
were  near  a  bus  stop,  the  bus  mimbers  could  be  noted  and 
used  to  help  Tim  get  on  the  ri^  bus.  Similarly,  when  a 
bus  approached,  Tim  could  just  aim  the  viewfinder  at  the 
word  written  on  the  bus  and  the  Companion  could 
confirm  whether  this  was  the  proper  bus  for  Tim  to  board. 
This  reading  capability  would  also  have  a  certain 
therapeutic  value  to  Tim,  since  it  would  display  the  picture 
of  the  text  and  then  higfdight  the  words  one  at  a  vme  as  it 
spoke  them.  In  this  way,  the  Companion  can  facilitate 
Tim's  learning  and  recognizing  common  or  familiar 
printed  words.  It  would  also  be  possible  for  the 
Companion  to  transmit  the  digitized  picture  back  to  the 
central  operator,  in  the  event  of  an  emergency  or  problem- 
solving.  As  a  result,  the  operator  would  be  able  to  "see" 
the  problem  more  clearly,  by  simply  asking  Tim  to  "take 
pictures"  of  what  the  operator  was  interested  in  Still  or 
motion  pictures  could  be  sent,  depending  on  the 
bandwidth  of  the  system. 

Implications 

The  purpose  of  the  Companion  would  be  to  allow 
individuals  with  mental  retardation  to  live  more 
independently.  If  the  Companion  could  enable  an 
individual  to  live  safely  in  a  less  supervised  or  more 
independent  fashion,  the  cost  savings  would  very 
quickly  cover  the  cost  of  the  Companion.  Even  a 
moderate  shift  in  independent  living  status  can  mean  a 
savings  of  $10,000  or  more  per  year.  The  cost  of  the 
Companion  could  be  kept  reasonable  because  of  its 
widespread  application  with  elderly  individuals  as  well 
as  with  persons  with  cognitive  impairments.  It  could 
help  allow  them  to  live  safely  outside  of  nursing  homes 
for  longer  periods  of  time,  and,  in  nursing  homes,  allow 
greater  degrees  of  freedom  while  still  allowing 
maintenance  of  necessary  supervision. 

Technologies  such  as  the  Companion  are  easily  within 
our  reach.  The  loran,  cellular  telephones,  miniatute 
cameras,  voice  synthesizers,  and  microproccssots 
required  for  the  Companion  all  exist  and  are  in  use 
today.  Computer-based  teaching  of  human  activity  is 
being  developed  and  tested  in  pilot  form  (Jaros  et  al., 
1991).  The  artificial  intelligence  and  expert  system 
routines  which  would  be  needed  for  the  problem- 
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solving  systems  in  a  Companion-class  device  exist,  but 
not  in  the  sophistication  required  for  this  application. 
Howe\'er,  steady  progress  is  being  made  in  these  areas, 
and  the  computing  power  necessary  to  support  these 
capabilities  is  advancing  rapidly.  In  fact,  computing 
power  is  advancing  faster  than  any  known  technology. 
Computing  power  goes  up  by  a  factor  of  ten  every  four 
years.  In  addition,  the  cost  for  equivalent  computing 
power  going  down  by  a  factor  of  ten  every  five  years. 

In  order  to  get  some  conception  of  these  numbers,  let's 
draw  a  parallel  with  the  automotive  industry.  In  1965, 
you  could  buy  a  Cadillac  for  $10,000  that  went  120  miles 
per  hour.  If  automobiles  were  progressing  at  the  same 
rate  that  computers  are  progressing,  in  1990  you'd  be 
able  to  buy  either  a  $10,000  Cadillac  that  went  the 
speed  of  light,  or  a  Cadillac  that  went  120  miles  per 
hour  for  10  cents  (Huray,  1990).  (By  the  'Year  2000,  or 
you'd  be  able  to  buy  ten  120-mile  per  hour  cars  for  a 
penny.)  As  this  analogy  shows,  computers  and 
computing  technologies  are  advancing  at  a  rate  that  is 
inconceivable  by  ordinary  technology  standards  and  the 
potential  of  artificial  intelligence  will  increase  along 
with  them. 

The  technology  will  therefore  easily  outstrip  our  ability 
to  apply  it  effectively.  What  we  do  not  have  is 
knowledge  of  how  to  best  utilise  these  technologies,  or 
how  to  provide  useful  prompting  to  help  a  client  figure 
out  a  problem  rather  than  thinking  for  them.  These  arc 
the  critical  missing  components,  and  are  necessary  to 
transform  an  engineer's  toy  into  a  viable  tool  for 
persons  with  retardation. 

Discussion:  Ethical  Issues  in  the  Use  of  Artincial 
Intelligence 

Artificial  intelligence  holds  great  potential  for 
applications  with  people  with  cognitive  impairments. 
However,  its  application  must  be  carefully  implcmenlcd 
to  preserve  their  independence  and  freedom.  If  we 
were  able  to  provide  a  person  with  mental  retardation 
with  an  artificial  brain  which  could  think  for  them, 
would  we  have  provided  the  person  with  new 
intelligence  or  would  we  have  provided  the  artificial 
brain  with  a  human  body?  Although  artificial 
intelligence  today  is  nowhere  near  the  thinking  or 
creative  capacity  of  the  human  mind,  we  should  be 
mindful  that  advances  in  this  area  are  being  made  at  a 
previously  inconceivable  rate. 

We  must,  however,  take  great  care  in  how  we  do  this.  If 
we  attempt  to  make  cognitive  prostheses  (an  artificial 
brain  for  the  person),  we  run  the  danger  of  thinking  for 
the  individual  instead  of  facilitating  his  or  her  thinkin)i 
and  decision-making  processes.  For  this  reason,  we 
should  focus  our  attention  on  "companion"  classes  of 
assistive  technologies.  These  technologies  constitute  an 
approach  which  involves  the  use  of  artificial  intelligence 
to  stand  alongside  a  person  with  mental  retardation  or 
other  cognitive  impairment,  accompany  them  through 
their  lives,  and  provide  assistance  to  them  in  the  same 
manner  as  a  human  companion  or  guardian  might.  It 
should  be  programmed  to  facilitate  the  natural  thinkini; 
and  problem  solving  capabilities  of  the  individual.  In 
addition  its  companion  or  guardian  function  can  alhnv 


increased  freedom  for  the  individual  while  still 
maintaining  a  link  to  assistance  when  necessary. 

The  ultimate  goal  is  to  create  a  tool  that  is  under  the 
user's  control.  In  this  way,  assistive  technology  may 
provide  advantages  over  the  same  assistance  through 
other  people.  Human  companions  and  guardians  are 
susceptible  to  imposing  their  own  points  of  view  as  well 
as  their  own  wants  and  needs  upon  the  people  in  their 
care.  The  "companion"  device  could  be  programmed  to 
offer  assistance  or  reminder  services  on  any  level 
deemed  appropriate  for  the  given  individual.  The 
individual  would  therefore  be  left  to  make  their  own 
decisions  based  upon  the  input  from  the  "companion"  or 
others  in  their  environment. 
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APPLICATIONS  OF  TECHNOLOGY 
KOR  PERSONS  WITH  SEVERE  PHYSICAL  AND 
DEVKLOPMENTAL  HANDICAPPING  CONDITIONS 
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Hlonhtim,   Ontario  lanada  NOP  lAU 


INTRODUCTION 

The  Applied  Tec-hnol  jg\  La  horn  t  f)r  y  at 
Southwestern  Regioral  (entre  opened 
in  November,  198;(  ui  'h  llit^  overriding 
goal  to  analyze,  re.'.earoti  ,  plan  and 
develop  or  arrai.<!e  foi-  the 
development  of  a  i-ide  ,^rrny  iif  aids 
and  dev  ices  to  enable  devp  lopment  ally 
handicapped  individuals  more 
independence  and  se  1  f -suppoj-t  s-ithin 
Southwestern  Regional  Centre  cr 
within  their  home  communities.  The 
objective  of  the  Applied  Technology 
Laboratory  is  individual  ilient- 
focused;  practical  applications  'if 
applied  technology  uith  t  i  mcM ;. 
i  mpl ementnt  i  on , 

Having  a  population  -if  .iusl  under 
six  hundred  individuals  Kith  somei.-hnt 
unique  needs  served  as  a  catalyst  to 
explore,  investigate,  and  experiment 
with  the  varied  uses  of  t  echno  1  og  i  ra  1 
equ  i  pment /a  i  ds  to  a;-.sist  the  p<M-son 
with  developmental  and  physical 
handicapping  conditions, 

METHODS 

Nine  year<^  ago,  the  Applied 
Technology  Laboratory  was  set  up 
without  a  budget  oi-  staff  in  a  small 
room  in  the  basement.  Tiiday ,  th" 
Applied  Tei-hnolog\  l.a  I  m  i  ra  t .  i  rj  has 
moved  to  the  main  f|iii->r,  in  t  lie 
centre  of  the  buildinc  and  has  si\t> 
micro-computers,  'iver  six  hundrt-fi 
pie(^es  of  software  and  many  adapt  i  vi- 
devices.  One  example  of  ti'ehnoloHy 
is    that    mori^    than    t  ir.    liuniireil  ami 


fifty  client  are  exposed  to  computer- 
aided-  learning  per  week.  83%  of 
these  clients  ha\e  been  tested  as 
profoundly  or  severely  mentally 
retarded  with  physical  handicapping 
i^ond  i  t  i  ons  . 

The  \pplied  Technology  Laboratory 
must  conceptualize  and  put  into 
operation  assistive  devices,  aids 
and  training  methodologies  for  which 
there  is  no  precedent  or  validation 
of  effectiveness  for  deve 1 opment a  1 ly 
handii'apped  individuals.  Initiative 
and  creativity  are  key  requirements 
for  the  work  fhe  Applied'  Technology 
Laboratory  does,  as  there  are  minimal 
aids,  devices  and  research  data 
available.  The  App  1  i  eil  Technology 
Laboratriry  must  translate  Ministry 
of  Community  and  Social  Services  and 
the  Ministry  of  Education  directions 
and  directives  for  the  future 
applications  of  applied  te(-hnology 
into  prac.tical  itilization  for 
c-andidates  who  are  unable  tc  advocate 
orr  theii-  own  behalf.  The  Applied 
Technology  Laboratory  must  remain 
cognizant  of  current  technological 
advances  and  developments  in 
assistive  devices,  therapeutic 
program  equipment,  computer  aided 
learning,  communication  aids 
environmental  control  ilevices  and 
personal  safety  devices  which  could 
hr'  adapted  for  use  by  this  special 
r  I  i  en  t    pi  ipu  I  at  i ,  in  . 

pii.gram  •■  i  urn  i-iit  ua  I  i  r.  i  ue  ,  planning, 
designing  anii  implementing  a  service 
li.r       de\ e  I  ojiment  a  I  1  v  handicapped 
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individuals  utilizing  recent 
technological  and  computer 
electronics,  as  well  as  other 
mechancial  and  adaptive  tools  to 
promote  self-sufficiency  and 
independence.  As  a  one-of-a-kind 
program  in  North  America,  the  Applied 
Technology  Laboratory  is  regularly 
sought  after  by  organizations  to 
enlighten  them  to  potential 
applications  for  technology  in  a 
human  service  industry. 

Applied  Technology  Laboratory's 
contact  with  major  corporations, 
universities,  agencies,  associations, 
and  government  officials  within 
Ontario,  Canada  and  across  North 
America  provides  a  solid  resource, 
data,  and  information  base.  This 
technological  service  network  allows 
Southwestern  Regional  Centre  and  the 
Ministry  of  Community  and  Social 
Services  to  become  a  leader  in  the 
dynamic  -technological  revolution  in 
human  service  delivery  systems 

Applied  Technology  Laboratory  is 
responsible  for  assisting  in  the 
recruitment/attracting  and  nurturing 
of  volunteers  to  implement  highly 
complex  technological  devices  and 
systems.  Volunteers  have  donated 
twelve  thousand  hours  of  service  to 
the  Applied  Technology  Laboratory 
(January   1984  to  April  1992). 

All  Southwestern  Regional  Centre 
staff  members,  as  well  as  interested 
individuals  or  groups  from  schools 
and  community  agencies,  have  the 
opportunity  to  come  to  the  Laboratory 
to  combine  their  talents,  expertise, 
and  problem-solving  abilities 
regarding  the  uses  of  technical  aids 
to  assist  those  with  developmental  ly 
handicapping  conditions.  This  may 
take  the  form  of  individual  or  group 
designed  projects,  and/or 
collaborative  efforts  between  those 
within  and  outside  the  facility  such 
as  applied  research  studies  or 
student  placements.  This  model  will 
benefit    the    physical    nnd  mr-ntally 


disabled,  the  elderly,  persons  with 
cerebral  palsy,  etc.  These 
individuals  with  unique  needs  will 
have  hope  of  living  a  more 
independent  lifestyle  as  this 
technology  is  being  designed  to  meet 
individual's  needs. 

Highly  refined  inter-personal  skills 
are  required  when  dealing  with  staff, 
peers,  parents,  volunteers,  senior 
ministry  and  business  officials, 
technical  personnel,  the  media  and 
numerous  voluntary  and  resource 
groups  throughout  the  province. 

APPLIED  TECHNOLOGY  LABORATORY 
ACHIEVEMENTS  AND  ENDEAVOURS 

Interface  technology  -  a  wide  variety 
of  single  and  multiple  switches  have 
been  developed  to  provide  access  to 
a  computer,  electric  wheelchair  or 
adapted  toy  by  virtually  any  part  of 
the  body  with  which  a  person  has 
functional  control . 

Software  development  -  a  wide  variety 
of  software  has  been  developed  by 
volunteers  to  provide  pre-requisite 
skills  training  for  some  commercially 
available  or  public  domain  software 
such  as  letter  recognition  as  a  pre- 
requisite to  word  processing.  Audio 
and/or  visual  feedback  are 
incorporated  for  reinforcement  and 
to  overcome  sensory  deficits. 

Training  models  -  Once  the 
appropriate  interface  and  software 
have  been  determined,  training 
strategies  with  individuals  need  be 
formulated  such  as  moblity  training 
with  an  electric  wheelchair  or 
augmentatai ve  communication  training 
with  the  "Talking  Blissapple". 

Environmental  Support  Project  -This 
concept  is  becoming  a  reality  as  the 
development  of  intelligent 
environments  technology  progresses. 
The  primary  objective  is  to  provide 
maximized  opportunity  for  skill 
development  of  individuals  in  a  home- 
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like  environment  which  will  foster 
optimum  general  independence  and 
self-identity  despite  their  physical 
limitations.  The  Environmental 

Support  Project  concept  appears  to 
have  exciting  possibilities  in  moving 
handicapped  people  toward  an 
independent  lifestyle. 

Assessment  Services  -  The  objectives 
are:  to  provide  assessment  services 
that  best  determine  individual  needs 
and  will  facilitate  the  best 
treatment  plan  ,  day  program  placement 
or  job  placement,  to  provide  a 
comprehensive,  objective,  clear  and 
concise  client  profile  to  service 
providers  such  that  the  opportunity 
for  success  is  maximized  for  the 
client,  to  provide  consultation  to 
service  providers  to  maximize 
opportunities  for  client  success. 

These  projects  have  the  potential  of 
having  significent  impact  on  the 
efficiency  and  effectiveness  of 
service  delivery  to  the  adults  with 
physical  and  developmental 
handicapping  conditions  at 
Southwestern  Regional  Centre,  in  the 
Ti-i  Counties  (Kent,  Essex,  Lambton )  , 
in  Ontario  and  in  Canada.  The 
information  gained  would  contribute 
to  the  field  of  habilitative  training 
of  people  with  physical  and 
developmental  handicapping 
conditions.  The  hardware,  interface 
technology  and  software  developed  as 
the  result  of  these  projects  would 
easily  lend  itself  to  applications 
with  children  in  Special  Education 
and  other  clinir.aJ  populations  such 
as     the  elderly. 

When  Southwestern  Kegional  Centre 
first  opened  its  doors  in  1961,  it 
was  a  home,  school  and  hospital  for 
over  one  thousand  residents  with 
physical  and  developmental  handicaps  . 
Over  the  years,  many  of  the  residents 
have  moved  into  the  community  and  the 
present  residential  enrollment  is 
approximately  550  persons.  Perhaps 
the  service  most    identified  with  a 


facility  such  as  ours  is  the 
provision  of  care,  teaching,  training 
and  programmes  for  persons  with 
physical  and  developmental  handicaps 
who  reside  in  our  Centre.  We  offer 
these  residents  services  and 
opportunities  for  personal  growth. 

The  Applied  Technology  Laboratory  has 
made  an  exceptional  contribution  to 
the  physically  and  developmental 1 y 
handicapped  at  Southwestern  Regional 
Centre  and  special  populations  across 
Canada.  The  Applied  Technology 
Laboratory  has  shown  outstanding 
innovation  in  conceiving  and 
developing  new  concepts,  processes 
of  widespread  benefit  to  Canada. 

Paul  McPhail 
Manager 

APPLIED  TECHNOLOGY  LABORATORY 
Southwestern  Regional  Centre 
R.  R.   #  1, 

BLENHEIM,  Ontario  Canada  NOP  lAO 
(519)   676-5431   Ext.  2264 
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Isauaa  and  Trands  for  Special  Education  Technology  in  the 
21st  Century:  First  Year  Findings 

Elizabeth  A.  Lahm 
COSMOS  Corporation 


Abstract 

A  three  year  study,  sponsored  by 
the  U.S.  Department  of  Education, 
seeks  to  identify  emerging  issues 
and  trends  in  technology  for 
special  education.     By  integrating 
three  strands  of  information:  i) 
emerging  issues  and  trends  in 
technology,  2)  emerging  issues  and 
trends  in  special  education,  and 
3)  factors  at..* -acting  the 
interaction  b  itween  technology  and 
special  education,  the  project 
analyzes  their  impact  on  special 
education  technology  for  the  early 
21st  century.     The  project  has 
established  a  network  of  experts 
in  science,  technology,  and 
special  education  and  has 
implemented  an  electronic 
communications  system  for  those 
experts  to  share  their  knowledge. 
This  paper  highlights  some  of  the 
findings  from  the  first  year. 


Background 

If  H.G.  Wells  is  right,  and  "the 
future  is  a  race  between 
technology  and  disaster,"  then  we 
must  begin  encouraging  schools  to 
use  technology.     To  ensure  the 
race  is  won,  and  children  are 
ready  for  the  future,  policy 
makers  must  plan  for  the  emergence 
of  new  technologies  and  relate 
them  to  the  changing  needs  of 
children.     This  is  particularly 
important  for  children  with 
disabilities.     For  them, 
technology  holds  the  promise  of  a 
future  with  many  more  freedoms  and 
an  improving  quality  of  life. 

The  U.S.  Department  of  Education, 
Office  of  Special  Education 
Programs,   is  planning  for  that 
emergence  of  new  technologies.  in 
a  project  designed  to  identify 
emerging  issues  and  trends  in 
technology  for  special  education, 
OSEP  will  gain  insight  into  the 
future  and  can  plan  for  it.  This 


three  year  project  integrates 
three  strands  of  information:  i) 
emerging  issues  and  trends  in 
technology,  2)  emerging  issues  and 
trends  in  special  education,  and 
3)   factors  affecting  the 
interaction  between  technology  and 
special  education.     The  project 
has  established  a  network  of 
experts  in  science,  technology, 
and  special  education  and  has 
implemented  an  electronic 
Communications  system  for  those 
experts  to  share  their  knowledge. 
The  network  includes  the  National 
School  Boards  Association  (NSBA) 
as  an  oictive  partner.     The  project 
is  developing  a  series  of  papers, 
electronic  events,  individual 
investigations,  and  a  satellite 
teleconference  to  identify  and 
share  information  on  what  the 
world  of  special  education  might 
be  like  in  the  year  2010. 

Research  Questions 

The  purpose  of  the  project  is  two- 
fold.    It  investigates  trends  and 
issues  in  technology  and  special 
education,  and  experiments  with 
the  process  of  collecting  that 
information.     The  specific 
research  questions  posed  by  the 
study  are: 

s   What  are  the  trends  in 
technology  and  special 
education  today,  and  how  might 
these  impact  education  for 
individuals  with  disabilities 
in  the  year  2010? 

■    How  can  this  project  best 
elicit  information  from  its 
network  of  participants  to 
arrive  at  a  better  picture  of 
the  year  2010? 

Method 

The  method  for  addressing  the  two 
research  questions  are 
interrelated.     The  project  uses  a 
network  of  experts  in  technology 
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and  special  education  as  the 
primary  information  source.  Three 
expert  panels  independently 
identify  issues  and  trends  in  one 
of  three  areas:  technology, 
special  education  instruction,  and 
special  education  service 
delivery.     An  advisory  board 
serves  to  guide  these  panels  and 
assist  in  locating  key  information 
sources  relevant  to  their  work. 
Two  project  fellows  assist  with 
the  synthesis  of  cutting  edge 
research  and  development  and  the 
analysis  of  issues  and  trends 
across  the  three  panels.  A 
consortium  of  special  education 
practitioners  acts  as  a  sounding 
board  and  reality  check  for  the 
ideas  generated  by  the  panels. 

The  project  participants  only  meet 
face-to-face  once  annually  and  use 
other  communication  mechanisms  to 
dialogue  year  round.     The  project 
utilizes  an  electronic 
communication  system  to  facilitate 
that  dialogue.     This  system 
includes  an  electronic  bulletin 
board  established  to  network  all 
project  participants.     The  project 
conducts  experiments  with  the 
bulletin  board  in  conjunction  with 
fax,  phone,  and  mail  capabilities 
to  find  which  communication  mode 
best  achieves  a  specific 
communication  goal.  These 
experiments  involve  conducting 
planned  events  or  structured 
interactions  between  project 
participants.     They  deliberately 
use  communication  protocols  and 
facilitators  to  avoid  haphazard 
and  inefficient  communication. 

Results 

Issues  and  Trends:     The  expert 
panel  activities  in  the  first  year 
of  the  project  identified  the 
following  issues  and  trends: 

■  The  increasing  demand  being 
placed  on  teacher  time  and 
less  time  being  available  to 
integrate  technology  into  the 
classroom; 

■  The  uneven  impact  of 
technology  resulting  in  the 
"haves"  gaining  even  greater 
advantage  than  the  "have- 
nots  ; " 


■  A  resurgence  of  categories  and 
segregated  classes  in  some 
areas; 

■  Decreasing  funds  to  support 
special  education  and  an 
awareness  of  the  need  to 
embrace  other  community 
agencies ; 

■  The  digital  storage  of 
int'ormation  on  optical  media; 

■  Multi-functionality  in 
equipment  or  "extensible" 
equipment; 

B   The  development  of  "firmware," 
technology  comprising  both 
hardware  and  software;  and 

■  An  increasing  lack  of  policies 
governing  the  acquisition  and 
implementation  of  technology 
in  schools. 

Communication  Facilitation:  After 
nine  months  of  bulletin  board 
operation  and  three  planned 
events,  the  following  hypotheses 
have  been  generated: 

■  Users  of  a  new  communication 
system  must  be  nurtured  to 
become  a  regular  user 
audience.     Nurturing  may 
include  contact  by  regular 
phone  first  to  encourage 
system  use; 

■  Better  participation  is 
achieved  if  commitment  is 
obtained  through  scheduling 
electronic  dialogue  for  a 
specific  time; 

■  Frequency  and  value  of  new 
information  available  through 
the  electronic  system  are 
important  use  variables; 

■  Electronic  information  is  less 
luring  when  presented  alone 
than  when  it  is  supplemented 
with  video  and  audio  stimulus 
materials; 

■  Bulletin  board  users  prefer 
use  their  personal  word 
processors  to  compose  rather 
than  composing  directly  on  the 
system.     This  preference  has 
implications  for  how  the 
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aystem  should  be  used;  and 

■   Individual!  in  large 

institutions  tend  to  only  have 
access  to  large  networks  and 
have  technical  difficulty 
accessing  outside  networks. 

Oisousslon 

Dialoging  about  emerging  trends  in 
technology  and  special  education 
can  have  important  benefits.  Such 
a  dialogue  can  help  educators  and 
technologists  to  understand  each 
other's  worlds  better,  can 
increase  awareness  of  potential 
matches  and  mismatches,  and  can 
lead  to  unanticipated  benefits  to 
students  with  disabilities.  In 
short,  raised  consciousness  about 
the  interactions  between  potential 
technologies  and  potential  needs 
can  be  but  the  first  step  in 
improving  the  uses  of  technology 
in  special  education.     However,  a 
distinctive  analytic  challenge  is 
to  promote  the  dialogue  and  to 
make  projections  about  such 
emerging  trends — forces  that  will 
change  the  educational  world  ten 
or  even  twenty  years  from  now. 

First,  the  dialogue  must  focus  on 
emerging  trends,  not  next  year's 
schools  or  technologies,  with 
school  systems,  such  emerging 
trends  must  incorporate  many 
unknown  social,  educational,  and 
economic  conditions,  with 
technologies,  emerging  trends  are 
different  from  existing  or 
emerging  technologies.  An 
emerging  trend  is  a  topic  about 
which  no  specific  technology  may 
yet  have  been  developed.     In  the 
late  1940s,  "automation"  was  an 
emerging  trend  about  which  much 
was  written  or  speculated  in  the 
absence  of  specific  automated 
devices.     Similarly,  the 
"disposable  society,"  development 
of  synthetic  materials,  and 
creation  of  intelligent  machines 
all  have  been  emerging  trends  at 
one  time  in  the  past.  The 
challenge  is  to  identify  the 
emerging  trends  for  the  future. 

Second,  the  dialogue  must  include 
persons  familiar  with  both  special 
education  and  technology.  This 
means  exchanging  technical 


information  dcross  diverse  fields. 
Therefore,  different  specialists 
must  paradoxically  be  able  to 
shed  the  communications  barriers 
associated  with  their  professional 
training  and  practices  and,  at  the 
same  time,  exchange  information 
about  their  own  worlds. 

Third,  the  dialogue  must  be 
congruent  with  known  conditions 
and  existing  trends.     In  other 
words,  to  dialogue  productively 
about  emerging  trends  is  to 
control  or  at  least  be  sensitive 
to  irrational  urges  toward 
fantasy.    Thus,  history  cannot  be 
reversed,  and  certain  fundamental 
norms  in  American  society  will  not 
change  radically. 

This  project  is  currently  trying 
to  promote  such  dialogue  and  to 
meet  these  three  analytic 
challenges.    The  project 
facilitates  information  exchange 
through  face-to-face  as  well  as 
electronic  modes.  Commissioned 
papers  are  produced  by  experts,  to 
permit  the  more  thoughtful  review 
of  new  ideas.    As  an  adjunct, 
concomitant  review  of  existing 
research  and  educational 
conditions  is  conducted,  to  assure 
that  the  dialogue  takes  advantage 
of  the  latest  information. 
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Abstract 

Selection  of  the  most  appropriate  mount  for  a 
portable  augmentative  and  alternative  (AAC) 
communication  device  can  significantly  Influence 
one's  success  and  efficiency  of  communication 
using  an  AAC  device. 

This  paper  describes  a  process  used  to  transfer  an 
Adaptive  Equipment  Designer's  product  design, 
namely  a  laptray  mount  for  portable  AAC  devices. 
Into  the  conunerclal  marketplace.  This  AAC  device 
mount  did  not  make  It  to  market.  By  sharing  our 
firsthand  attempt  at  a  "technology  transfer  effort" 
we  hope  to  retrace  our  steps,  elucidate  possible 
pitfalls  and  provide  retrospective  insights  on  ways 
in  which  the  process  might  have  been  Improved. 
Ultimately  we  hope  to  contribute  to  the  growing 
body  of  knowledge  in  the  area  of  technology 
transfer. 

Background 

Many  factors  contribute  to  one's  functional 
abilities  to  communicate  using  an  AAC  device.  One 
Important  factor  relates  to  provisions  for 
mounting  the  AAC  device  mount  so  that  it  is 
consistent  with  each  user's  overall  needs  and 
requirements.  Within  recent  years  the  commercial 
marketplace  has  witnessed  the  appearance  of 
many  portable  AAC  devices  for  persons  who  are 
non-speaking.  Unfortunately  there  hasn't  been  a 
concomitant  development  of  Improved  mounting 
options  for  these  devices.  This  paper  focuses  on  our 
collaborative  attempts  to  transfer  a  custom  design 
for  an  AAC  device  mount  into  commercial 
manufacturing  and  distribution. 

Designer's  perspective:  Considerations 
Influencing  decision  to  pursue  the  transfer  of  this 
AAC  device  mount  into  the  commercial  market 
Included  as  follows; 

•  within  the  clinical  setting  prototypes  of  this  AAC 
device  mount  were  positively  received  by  many 
persons  using  AAC  devices. 

•  it  was  strongly  felt  that  provisions  to  facilitate 
one's  physical  and  visual  access  t.,i  AAC  devices 
would  result  in  easier,  more  efficient 
communication. 

Designer  was  looking  for  a  manufacturing  group 
which 

•  would  regard  this  AAC  device  mount  as  a  positive 
addition  to  their  product  Une. 

•  was  a  leading,  respected  manufacturer  of  AAC 
devices 

•  had  a  well-established  distribution  network 

Manufacturer's  perspective:  Accepting  a 
product  to  manufacture  Involves  many  Issues.  In 
order  to  properly  address  these,  we  need  to  review 
the  prototype  hand  on  and  the  drawing  and  other 


do>.umentatlon.  (Since  no  engineering  drawing 
existed  for  this  project,  their  creation  became  part 
of  the  task.)  Does  it  flt  our  mission  and  with  our 
existing  product  lines?  Is  it  compatible  with  our 
dlstnbutlor  channels?  What  will  be  proprletrary? 
Will  we  have  exclusive  rights?  After  the  prototype 
review,  we  asked.  Do  our  Research  and 
Development  and  Service  Departments  support  it? 
Continuing  on  with  a  business  analysis  we 
considered-  Will  we  need  new  skills?  Is  any 
Investment  needed?  What  is  the  cost  to 
manufacture  it  and  what  is  the  Impact  on  our 
present  manufacturing?  Is  demand  strong  enough 
to  Justify  entering  the  market? 

Design  Rationale 

Even  though  the  focus  is  on  a  technology  transfer 
process  it  is  Important  to  have  some  background 
on  the  actual  custom  design,  a  laptray  mount  for 
portable  AAC  devices. 

Within  the  clinical  setting  this  laptray  mount  met 
with  much  Interest  and  acceptance  by  many  AAC 
device  users.  This  mount  was  unique  in  that  its 
design  addressed  the  interaction  between  the 
person  and  their  AAC  device,  incorporating  the 
following  features: 

•  recessed  casing  allowed  the  keyboard  to  be 
positioned  flush  with  the  laptray  surface  to  protect 
the  device  but  also  . 

•  recessed  device  was  surrounded  by  additional 
laptray  surface  which  allowed  for  greater  forearm 
support  and  also  surface  for  other  materials. 

•  AAC  device  could  be  angled  independent  of  the 
horizontal  laptray  surface. 

•  flexible  lid  could  be  used  for  device  protection 
either  protecting  the  keyboard  and/or  providing 
accessible  surface  for  other  activities,  such  as 
pagetumlng. 


rig.  1.  Functional  SLIDE  OH  prototype  mount 
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Method/Approach 

Two  different  AAC  device  mounts,  the  SLIDE  ON 
and  the  HANDS  ON,  we^e  to  be  explored.  Initial 
efforts  focused  on  the  SLIDE  ON  version  as  the 
manufacturer  felt  this  mount  had  a  potentially 
larger  market  and  also  that  It  would  be  easier  to 
manufacture. 

This  project  was  officially  launched  In  early 
February.  199 1  when  the  focus,  scope  and  timelines 
were  defined  as  well  as  the  roles  and 
responsibilities  of  both  parties.  Key  points  which 
were  mutually  agreed  upon  included: 

•  Manufacturer  would  utilize  Its  resources  to 
manufacture,  market  and  support  this  laptray 
mount. 

•  Manufacturer  was  to  create  drawings  which  are 
necessary  for  producing  the  laptray. 

•  Selling  price  was  to  be  under  $1,000.00  per 
laptray  mount. 

•  The  mid  October,  199 1  Closing  the  Gap  Conference 
in  Minneapolis  was  targeted  as  the  dale  for  the 
introduction  of  this  new  mount.  Also  product 
information  and  pricing  were  to  be  available. 

•  Designer  would  be  primarily  responsible  for 
finalizing  functional  prototype,  and  providing 
product  information  to  the  manufacturer 
regarding  potential  users  and  applications 
support. 

•  Project  phases  and  timelines  were  outlined  as 
seen  below. 

Phases  of  the  Collaboration 

Phase  I:  Assessment  of  function  unci  design  of  <V\C 
device  mounts.  Primary  responsibility  of  designer 
with  assistance  from  manufacturer 
Both  parties  worked  closely  and  communicated 
regularly  to  further  define  features  of  functional 
prototype.  In  mid-May,  199 1  functional  prototype 
of  the  SLIDE  ON.  mount,  including  Its  angle 
adjustable  feature  was  shipped  to  manufacturer. 
Simultaneously  the  following  areas  were  being 
pursued: 

•  manufacturer's  legal  counsel  drafted  an  Initial 
licensing  agreement. 

•  designer  requested  some  upfront  monies  to 
support  continued  involvement 

•  ongoing  communication  between  designer  and 
manufacturer  regarding  product  materials,  costs, 
tooling.  machine  drawings  and  oilier 
manufacturing  related  issues. 

Phase  II:  Transfer  of  Product  from  Designer  to 
Manufacturer 

Primary  responsibility  of  manufacturer  with 
assistance  from  designer. 

On  June  18.  I99I  manufacturer  generated  speclfie 
project  timelines. 

A  completed  functional  prototype  of  the  SLIDE  ON 
mount  was  shipped  to  manufacturer  in  late  June, 

199 1.  Included  were  the  timelines  for  the 
manufacture  of  preproductlon  prototypes  which 
were  required  determine  ftnal  costing  and 
flnetuning  of  manufacturing  and  production 
procedures.  Also  these  prototypes  were  scheduled 
to  be  shown  at  Closing  the  Gap  Conference  in 
Minneapolis  in  mid-October,  1991. 


Phase   III:    Manufacturers    Development  of 
Marketing  and  Applications  Support  Matenals 
Primary  responsibility  of  manufacturer  with 
assistance  from  designer. 

Phase  IV:  Customization  of  AAC  Device  Mounts 
Primary  responsibility  of  manufacturer  with 
assistance  from  designer. 

Results 


Designers  perspective: 

Up  until  early  October,  199 1  this  collaboration 
seemed  to  be  progressing  smoothly  with  timelines 
being  met  as  initially  outlined.  However,  as  the 
SLIDE  ON  preproductlon  prototypes  were  Hearing 
completion  the  manufacturer  realized  that  their 
associated  inhouse  manufacturing  costs  were 
considerably  higher  than  initially  projected.  At 
this  time  the  manufacturer  reported  a  revised 
selling  price  for  the  laptray  mount  which  was  more 
than  twice  the  inillal  estimate.  Needless  to  say, 
this  development  altered  plans  for  the  Closing  the 
Gap  Conference.  Rather  than  announcing  the 
SLIDE  ON  mount  as  a  new  product  in  Minneapolis, 
the  manufacturer  decided  Instead  to  conduct  a 
marketing  sur\-ey.  By  investigating  other 
manufacturing  alternatives  based  on  significantly 
higher  sales  quotas,  the  manufacturer  was  able  to 
reduce  the  estimated  selling  price,  but  it  was  still 
30%  higher  than  the  initial  estimate. 
Only  one  week  prior  to  the  Closing  the  Gap 
Conference  did  the  manufacture's  marketing 
department  request  mount  information, 
specifically  for  purposes  of  a  marketing  survey. 
The  results  of  this  marketing  survey  were 
discouraging  with  the  majority  of  respondents 
stating  that  any  price  exceeding  $1200.00  was 
unacceptable.  Additionally  many  felt  that  the 
SLIDE  ON  mount  lacked  sufficient  flexibility  to 
satisfy  a  wide  range  of  individual  needs.  As  a  last 
attempt  to  rescue  the  faltering  AAC  device  mount 
collaboration  both  parties  agreed  to  provide  the 
manufacturers  network  with  a  descriptive 
videotape  and  feedback  form  on  the  second  mount, 
the  HANDS  ON.  Unfortunately  this  feedback 
wasn't  sufficiently  encouraging  to  warrant 
continuation  of  this  joint  effort 

By  this  time  in  mid-December  both  parties  had 
made  substantial  Investments  of  both  staff  and 
money.  In  light  of  the  relatively  high  price  and 
limited  field  support  it  became  quite  obvious  that 
neither  of  these  AAC  device  mounts  were  going  to 
make  it  Into  the  commercial  market. 

The  designer  felt  that  the  following  factors  might 
have  played  a  role  tn  the  demise  of  Ihis  'technology 
transfer"  collaboration: 

•  Timing:  The  designer  was  proceeding  on  the  basis 
of  the  manufacturer's  current  AAC  device 
mounting  options.  We  had  no  knowledge  that 
simultaneous  to  this  collaboration  that  the 
manufacturer  had  been  negotiating  with  another 
AAC  mount  designer.  If  this  information  had  been 
known  upfront  it  might  have  altered  the  course  of 
action. 
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This  slluatlon  would  seem  to  point  out  the  need  for 
collaborating  parties  to  be  honest  and  upfront  with 
each  other  so  that  valuable  time  and  money  are  not 
wasted. 

•  Communication  and  Coordination:  Despite 
recommendations  to  Involve  marketing  and  other 
departments  early  on  and  throughout  the  course  of 
this  jiroject  It  appears  that  these  areas  weren't 
adequately  addressed. 

It  Is  very  Important  that  provisions  exist  for 
excellent  deslgner/manufai.-luer  comnuiniiMllon 
as  well  as  conimunlcallon  between  all  involved 
staff. 

•  Project  Coordinators.  Given  lhal  a  clinician  with 
AAC  experience  sen-ed  as  the  designer's  Project 
Coordinator  and  a  design  engineer  served  in  a 
simlliar  capacity  for  the  manufacturer,  this 
difference  in  backgrounds  and  perspeclive  may 
have  added  considerably  to  less  than  effeclivc 
communication. 

Manufacturers'  perspective: 

There  are  several  reasons  why  ibis  proje<-t  was  not 
successful.  From  the  begimiing.  Ihe  nianufaeturer 
treated  it  as  a  Research  and  Developnienl  project 
Instead  of  a  business  venture.  This  was  due  partly 
to  the  history  of  the  relationship  belween 
principals  representing  the  designer  and 
manufacturer  which  resulted  in  an  infoi-mal 
working  arrangement.  Kor  this  reason  sonic 
important  initial  steps  were  nol  completed. 
Foremost  in  these  steps  were  proper  markel 
analysis  and  professional  feedback 

/Vnother  factor  was  that  we  were  nol  experienced  m 
the  type  of  manufacturing  teehniciues  which  were 
needed  to  make  the  laptrays.  This  led  lo 
significantly  underestimating  the  nuinufaelunug 
cost.  'We  then  pursued  allernale  manufacturing 
approaches,  but  were  still  unable  to  bring  ihe 
product  to  market  for  the  initial  estimate. 

For  a  product  such  as  this  laptray  mount,  the 
manufacturing  cost  is  largely  dependent  on  ihe 
amount  of  time  required  to  build  ii.  especially  if  it 
is  produced  In  low  volume  For  Ihis  project,  the 
actual  manufacturing  time  was  half  of  the 
prolotj-ptng  lime.  In  the  future  we  will  use  Ihis  as  a 

tentative  rule  of  lluiuib  In  estinuillng  product 
costs. 

This  project  has  shown  us  how  Important  II  Is  lo 
have  policies  and  procedures  In  place  for  the 
development  of  products  thai  come,  to  no  from 
external  sources.  This  experience  has  helped  us  lo 
better  define  our  own  system  for  handling  new 
projects  In  the  future. 

During  this  collaboration  process  we  were 
approached  by  anolher  developer  who  had 
designed  a  wheelchair  mounting  system. 
Subslanlially  different  from  this  AAC  device 
mount,  this  second  system  had  already  been 
available  and  was  viewed  as  a  totally  separate 
product.  As  such.  Inlornuition  regarding  its 
developnienl  status  woukl  be  considered 
eonlKlcntlal  and  proprietary.  'We  believe  thai  we 


were  totally  candid  regarding  all  issues  lhal  were 
relevant  lo  this  project. 

Discussion 

Even  though  ik  new  AAC  device  mounts  succeeded 
in  making  11  to  the  commercial  markel  both 
parlies  agree  that  a  lot  was  learned  from  this 
project.  Out  of  our  joint  willingness  to  embark 
upon  this  venture  we  have  the  following 
recommendations  for  future  technology  transfer 
collaborations: 

•  Since  Ihe  technology  transfer  process  seems  to  be 
largely  determined  by  manufacturer-  driven 
considerations  it  would  seem  beneficial  for 
manufaclurers  to  create  a  Tec'inology  Transfer 
Review  committee. 

This  group  would  review  all  outside  designs  and 
deteniilne  whether  the  transfer  process  takes  place 
or  nol. 

•  Eslablishnieiil  of  efl'eclive  ongoing  lines  of 
communication  so  that  both  parties  have  an 
indepth  understanding  of  each  others  needs  and 
requirements.  Designers  and  manufacturers 
should  define  specific  areas  of  knowledge  and 
questions  to  be  asked. 

•  Develop  solid  business,  legal  and  financial 
arrangements. 

•  Completion  of  comprehensive  market  survey  . 

•  Manufacturer  needs  to  know  lime  involved  in 
labricaling  design  prototype 

•Develop  specific  guidelines  for  roles  and 
respDnsibilllies  of  all  staff. 
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ABSTRACT 

This  research  examines  the  preferences  of  Individuals 
with  disabilities  and  the  eideriy  to  one  of  four 
thermostat  designs.  The  results  indicate  that  no 
single  style  of  control  will  be  best  for  all  people  and  a 
control  that  can  be  used  In  different  ways  according 
to  the  abilities  of  the  user  can  benefit  most  people. 
The  results  also  show  that  appearance  can  be  more 
important  than  ease  of  use  and  that  most  important  is 
appearance  that  is  similar  to  equipment  used  by 
others. 

INTRODUCTION 

This  research  i.s  one  part  of  an  on-going  project  to 
write  product  design  guidelines  that  will  make 
common  household  appliances  easier  to  use  by  the 
eideriy  and  people  with  disabilities.  Considerable 
research  has  been  performed  applying  human  factors 
in  the  design  of  controls  for  ninety  percent  of  the 
population  (McCormIck,  1982).  Guldeilnes  are 
available  with  general  information  for  design  of 
consumer  products  to  increase  their  accessibility  to 
people  who  are  aging  or  have  disabilities 
(Vanderhelden,  1991).  There  is  very  little  information 
available  concerning  the  abilities  of  people  with 
various  disabling  conditions  as  they  relate  to  product 
design.  Kanis  (1988)  observed  people  with  arthritis 
and  muscular  dystrophy  operate  their  own  products 
in  their  own  home  and  quantified  their  capabilities  to 
turn  knobs.  Metz  (1990)  reported  the  abilities  of 
people  with  arthritis  to  turn  knobs  of  various  sizes, 
shapes  and  surface  textures. 

The  purpose  of  this  research  is  to  determine  which  of 
four  types  of  thermostat  designs  would  be  preferred 
by  people  with  reduced  l.and,  wrist,  or  finger  strength 
or  dexterity,  tremors,  and/or  reduced  eyesight  due  to 
aging  or  disability.  Through  observation  and 
participant  response  It  was  hoped  that  insight  would 
be  gained  in  the  direction  of  universal  design  for 
thermostats  and  other  household  controls. 

METHOD 

Participants 

One  hundred  nineteen  people  participated.  Each 
participant  had  one  of  the  following  conditions 
resulting  in  decreased  hand  function:  neuromiiscuiar 
disorders  Including  multiple  sclerosis  and  cerebral 
palsy  (n = 48);  arthritis  and  carpal  tunnel  (n =23) ;  spinal 
cord  injury  (SCi)  (n  =  l4);  and  eideriy  (average  age 
68.9)  with  no  known  disability  of  the  hand  or  wrist 
(n=34). 


Apparatus 

Four  thermostat  styles  were  evaluated.  One 
thermostat  is  round  with  a  diameter  of  3.7  inches. 
The  dial  has  a  diameter  of  2.3  inches  with  a  serrated 
grasping  surface  0.25  Inches  high.  There  are  four 
numbers  above  the  dial,  a  5,  6,  7,  and  8, 
corresponding  to  50,  60,  70,  and  80  degrees  and  a 
large  an^ow  on  the  edge  of  the  dial.  These  numbers 
are  0.34  inches  high  and  slightly  raised  and  can  be 
felt  by  someone  with  normal  sensation  In  the  fingers. 
There  are  also  raised  hash  marks  every  two  degrees. 
This  Is  referred  to  as  the  'small  dial'  thermostat 
(Figure  1). 

The  'large  dial'  thermostat  is  an  adaptation  of  the 
small  dial  model.  It  has  a  large  clear  plastic  dial 
completely  covering  the  front  and  sides  of  the 
thermostat  base.  The  dial  has  a  diameter  of  4  Inches 
and  a  ridged  grasping  surface  0.7  inches  high.  The 
large  raised  nurnbers  are  cleariy  visible  but  are 
covered  by  the  dial  and  cannot  be  felt  (Figure  2). 

The  third  thermostat  evaluated,  the  'handle'.  Is  also  a 
modification  of  the  small  dial  thermostat,  it  has  a  4 
inch  long  plastic  handle  attached  to  the  dial  at  the 
center  of  the  thermostat  and  hanging  below  the  base. 
The  handle  is  O.l  Inches  thick  and  0.8  Inches  wide  at 
the  tip.  The  thermostat  is  adjusted  by  moving  the 
handle  to  the  right  or  left  (Figure  3). 

The  last  thermostat  considered  is  referred  to  as  the 
'magnifier'.  This  consists  of  a  common  round 
thermostat  with  a  dial  diameter  of  1.75  Inches  and  a 
textured  rim  less  than  0.1  inches  high.  A  plastic 
magnifier  was  attached  over  the  face  of  the 
thermostat  two  inches  away  from  the  dial.  This  device 
is  commercially  available  and  was  designed  as  an 
adaptive  device  for  people  with  impaired  vision.  This 
thermostat  is  adjusted  by  reaching  under  the 
magnifier  and  turning  the  dial. 

The  four  thermostats  were  attached  in  a  row  on  a 
board  mounted  on  an  easel.  The  height  of  the  board 
couid  be  adjusted  so  the  thermostats  were  either  42 
or  60  Inches  from  the  ground. 

Procedure 

Each  volunteer  was  presented  the  board  of 
thermostats  and  given  a  description  and  a 
demonstration  of  how  each  style  of  thermostat 
operated.  The  participants  were  then  asked  to  try 
each  thermostat  and  Indicate  which  they  preferred 
and  why.    Participants  who  had  visual  or  motor 
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Figure  1:  Small  Dial  Thermostat 


LJ 

Figure  2:  Handle  Thermostat 


difficulties  were  asked  to  set  the  thermostat  at  a 
specific  temperature.  Participants  who  questioned 
what  was  meant  by  "preferred"  were  asked  to  indicate 
which  thermostat  they  would  purchase  If  given  only 
these  four  choices, 

Participants  who  walk  all  of  the  time  evaluated  the 
thermostats  at  60  Inches  from  the  ground.  Volunteers 
who  use  a  mobility  device  all  of  the  time  evaluated  the 
thermostats  at  both  60  Inches  from  the  ground  and 
also  at  42  inches  from  the  ground.  Participants  who 
use  a  wtieelchair  or  three  wheeler  to  get  from  one 
place  to  another  but  often  stand  to  perform  tasks 
evaluated  the  thermostats  at  42  inches  while  seated 
and  at  60  Inches  while  standing. 

RESULTS 

Table  1  shows  the  percent  of  participants  classified  by 
disability,  that  prefer  each  thermostat  type. 

Table  1 :  User  Preferences 


Neuro- 

A. 

Stvle/Disabiiitv: 

muscular  (%) 

SC!(%) 

Large  dial 

41 

75 

Handle 

45 

25 

Small  dial 

14 

0 

Magnifier 

0 

0 

Neuro- 

B. 

Stvle/Disabiiitv: 

muscular  (%) 

SCI(%) 

Large  dial 

25 

45 

Handle 

64 

55 

Small  dial 

11 

9 

Magnifier 

0 

0 

Neuro- 

C 

Stvle/Disabiiitv. 

muscular  <%)  Joint(%)  Elderlv(%> 

Large  dial 

62 

54 

57 

Handle 

23 

23 

24 

Small  dial 

15 

19 

16 

Magnifier 

0 

4 

3 

Figure  3:  Large  Dial  Thermostat. 


Table  1 .  Percent  preferring  each  thermostat  style  (A) 
height =42  inches,  participant  seated  (n=54);  (B) 
h=60  inches,  seated  (n  =  39);  (C)  h  =  60  Inches 
standing,  (n=69).  Neuromuscular  Includes  multiple 
sclerosis,  cerebral  palsy,  and  other  neuromuscular 
disabilities  and  joint  Includes  data  from  participants 
with  carpal  tunnel  and  arthritis  affecting  the  hands. 

Of  all  participants  tested  In  any  position,  the  large  dial 
was  preferred  in  49%  of  the  responses,  the  handle  In 
36%,  the  small  dial  model  in  14%  and  the  magnifier  in 
1%. 

DISCUSSION 

The  magnifier  was  the  least  acceptable  thermostat 
style,  None  of  the  participants  that  evaluated  the 
thermostats  at  60  inches  while  seated  could  see  or 
manipulate  the  magnifier.  Most  volunteers  that  used 
a  mobility  device  could  not  maneuver  into  position  to 
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see  the  numbers  through  the  magnifier  even  when  the 
thermostats  were  mounted  at  42  inches  and  many 
were  not  abie  to  reach  under  the  magnifier  to 
manipulate  the  diai.  Over  85%  of  the  comments 
regarding  this  thermostat  were  negative.  This  is  an 
exampie  of  an  adaptive  device  that  is  unattractive  and 
of  limited  applicability. 

The  small  dial  generated  the  least  number  of 
comments.  Some  participants  commented  on  the 
difficulty  of  operation  but  only  one  volunteer  indicated 
that  it  was  the  most  attractive. 

The  handle  was  identified  by  a  number  of  participants 
as  the  easiest  to  use  but  many  indicated  that  it  "Is 
unsightly"  and  looks  "disabled'.  One  participant  with 
arthritis  identified  the  handle  as  the  most  comfortable 
for  her  hand  v/hile  a  volunteer  with  multiple  sclerosis 
found  It  painful  to  use. 

Overall,  the  large  dial  was  preferred  over  the  other 
three  styles,  however,  two  volunteers  with  arthritis 
found  the  large  dial  difficult  to  handle.  Although  many 
comments  reflected  ease  of  use  and  satisfaction  with 
the  appearance,  one  participant  indicated  that  she 
would  not  be  interested  in  having  one  now  but  may 
be  interested  "when  I'm  older  and  need  it". 

An  analysis  of  the  researchers  observations  and 
comments  made  by  the  participants  indicates  that 
although  the  handle  seems  to  be  easier  or  at  least  as 
easy  to  operate  as  the  large  dial,  it  was  considered 
less  acceptable  or  completely  unacceptable  because 
of  its  appearance.  The  concern  about  appearance 
over  function  was  even  more  obvious  in  a  comparison 
of  the  small  and  large  dial  types.  The  small  dial 
required  greater  force  to  grasp  and  turn  and  a  more 
precise  grip  and  most  participants  were  observed  to 
operate  the  large  dial  with  greater  ease  but  the  small 
dial  was  listed  as  preferred  in  13  percent  of  the  trials 
Some  of  the  subjects  preferred  It  because  "I  don't  like 
things  too  easy",  and  "I'm  used  to  one  like  it". 

Reaction  to  the  large  numbers  was  positive  wilh 
volunteers  with  and  those  without  visual  impairment. 
Several  participants  with  good  vision  thought  the  large 
numbers  would  be  helpful  to  them  in  low  lighf 
situations 

The  implication  in  universal  design  is  to  develop 
products  with  controls  that  can  be  operated  in  various 
ways  according  to  the  abilities  of  the  user  and  that 
don't  look  adapted  As  more  accessible  but  attractive 
designs  for  controls  are  made  available,  they  will  no 
longer  look  out  of  place  or  adapted  and  will  become 
more  widely  accepted 
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AUS TRACT 

The  paper  describes  ihe  design  process  from  ihe  needs 
analysis  lo  ihe  finished  product.  The  imiwruince  of 
ihoroiigh  preliminary  studies  and  die  mvolvcmemol 
indiisinal  designers  is  stressed. 

HACKCiROUND 

The  development  of  assisii\'e  de\"ices  in  Sweden  is 
strongly  linked  to  a  socially  based  system  1.1 1. 
Funding  is  available  for  the  innovative  and  development 
prcKess.  Small  and  middle-sized  manulaciiirerscaii 
receive  support  to  cover  some  of  their  costs  during  the 
critical  period  when  products  go  into  production  {2i. 
There  are  well  del  mod  purchasers  w  iihm  a  liniiicil  sccun. 
The  de\  ices  are  I  roe  ol  charge  lor  the  cciiMiiiu  r 

Together,  these  factors  have  been  \cr\  iiiipurtani  loi  the 
preseiu  "social  design  process"  in  Sweden.  As  a 
consequence,  there  has  been  an  opporuiniiy  during  a 
loui.  lime  to  build  a  knowledge  of  melhodologv  that  we 
consider  necessary  for  a  successful  (Icvelopmeni  result. 
Prmluci  development  has  now  reached  such  a  level  thai 
there  is  no  room  for  sudden  ideas  that  are  quickly  pushed 
through  to  a  finished  product. 

THK  DK.SUJN  I'ROCK.S.S 

The  Swedish  Handicap  Insiituie  is  the  ceiiual 
government  agency  for  matters  relating  ui  assisinc 
technology.  One  ol  the  main  I  unctions  of  the  insiiiulc 
IS  to  carry  out  needs  ana!;  scs  describing  how  ivrsoiis 
with  different  disabilities  live  their  lives  in  their  own 
environment  with  or  w  ithoui  devices 

The  needs  analyses  are  used  both  as  a  means  to  iimiaie 
the  development  of  new  devices  (or  the  improvement  of 
existing  devices)  and  for  providing  iiifomialion  about  the 
problems  and  possibilities  of  the  users  of  devices, 
i  low  ever,  the  needs  analyses  arc  not  always  stiff icicmlv 
(Iciai  led  to  pro\  ide  a  complete  picture  of  a  speed  le 
development  need. 

Therefore,  prc-studies  may  need  u>bc  |vrloriiied 
belore  the  actual  development  work  can  begin.  In  the 
prc-sludies,  existing  devices  and  other  "pilot  .natcrial" 
are  tested  in  rail  situations  in  order  to  stimulate  a  richer 
discussion  with  the  consumers.  The  prc-studies  as  well 
as  ihc  development  work  arc  carried  out  by  the  designers 
(prcxluct  developers)  in  order  not  to  lose  any  knowledge 
The  studies  often  produce  functional  analyses  and  other 
elements  that  build  a  valuable  know  ledge  base  lor  iitlici 
projecLs. 


Ne\i,  the  real  development  work  starts.  Iicanbe 
characieri/.ecl  ;is an  e.\|)crmienuil  ergonomic  work  with 
different  test  models  (function  models)  in  direct 
cixipcralion  with  the  users.  By  testing  the  models, 
knowledge  is  built  about  the  movement  patterns  and 
force  resources  of  the  users  as  well  as  an  understanding 
of  the  users'  physical  and  mental  potential  for  the 
intended  activity. 

The  following  analysis  period  determines  if  tests 
with  new  models  have  to  be  performed.  Occasionally, 
the  subjecLs  must  test  several  function  models  before  an 
accepl;ible  design  is  reached. 

Our  experience  shows  that  a  v'cry  good  knowledge  base 
and  a  thoroughly  developed  metliodology  are  necessary 
to  successfully  carry  out  these  development  projects.  It 
IS  a  very  systematic  process  which  does  not  permit  any 
shortcuts.  There  are  many  "inventors"  who  have  failed 
to  transfer  an  idea  for  a  "simple"  device  into  a 
satisfactorily  designed  product  because  they  did  not 
master  the  meihcxls  o''  user  studies  or  possess  the  full 
know  ledge  of  the  charac  leristics  and  the  functional 
abilities  of  the  final  users. 

\S  hen  the  dcv  ice  has  been  given  as  final  design,  that  is 
w  hen  function  and  appearance  satisfy  the  demands  of  the 
users,  a  hand-made  proposed  model  is  presented  to 
the  intended  manufaclurer/inarketer.  A  prototype  is 
made,  based  on  which  the  product  is  adapted  lor 
production. 

I'ROHI.KM  FACTORS 

Tlie  design  process  can  be  long  and  dilliculi,  e s|xcially 
when  developing  devices  lor  persons  with  multiple 
disabilities  or  for  severely  disabled  persons.  Public  and 
private  funding  support  is  essential  for  the  development 
of  good  small  devices  for  persons  w  ith  mobility 
luipairnienLs.  It  is  precisely  lor  this  kind  of  projects 
that  It  IS  necessary  to  use  funds  without  repayment  or 
prolit  rcquiremenLs  for  prc-studies  and  development 
work. 

Companies  who  take  on  the  marketing  of  odd  devices  in 
small  series  can  not  be  expected  to  carry  the  cost  ol  a 
long  dcvekipiiicnt  process.  It  would  m  turn  end  up  in 
unaecept;ibl>  cx|X'nsive  devices  that  would  not  reach  the 
users 

The  purchasers,  whether  they  be  the  health  care  system 
or  the  consumers  themselves,  cannot  afford  to  have  the 
development  cost  entirely  included  in  the  price  ol  the 
indiMilual  prixliicts. 
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I  IcmtMT.  user  studies,  needs  anal)  ses  and  pre-Mu(lie>,  .ire 
Mimctnnes  dirriciill  lo  fund  from  regular  sources  of 
research  and  development  funding. 

LIser  studies  should  be  llie  basis  ol  all  development 
projects.  This  is  true  also  for  stonjard  consumer 
producLS.  machinery  and  innovations  in  comiiiunicalicn 
technology.  Carelessly  and  ignorantly  designed  everyday 
products  require  more  ih;in  a  reasonable  lime  and  effort 
when  used  by  a  person  who  already  has  limited 
resources.  Some  i>crsons  with  disabilities  may  lie 
touilly  excluded  from  u.sing  such  prtxiucts  (3.4). 

To  improve  the  possibilities  for  gtxid  aecesMbility, 
generally  m  the  common  environment  and  siKcifically 
in  adapting  housing,  worksites  as  well  as  the  design  ol 
everyday  products,  a  compilation  ol  facts  on  the 
ergonomic  requirements  of  persons  with  disahiliies  is 
needed.  A  handbook  in  "disahilit)  crgonoimcs"  as  ii 
contplemenl  to  other  ergonomic  literaliirc  can  lie  seen  as 
a  project  of  gtvat  importance  both  from  a  human  ami  a 
social-economical  [Xiini  of  view . 

THK  FENIX  CANK 

As  an  example.  w'C  w  ill  hriell>  descrilv  llie  development 
of  the  Fenix  cane.  Needs  analyses  had  show  n  that  mans 
persons  exj>t^rienced  the  use  of  existing  supporting  canes 
as  painlul  or  uncomfortable.  Some  users  wrapivd  their 
caiie  handles  with  a  piece  ol  cloih  to  nuke  them  a  little 
more  eomloruible. 

initial  stuilies  showed  that  dilleren;  l>pes  ol  disabililio'. 
had  different  rci|oiremenis  The  deselopinent  work  had 
to  focus  upon  one  group.  In  this  case,  persiinv  with 
arthritis  were  selected 

In  designing  a  cane,  the  goal  is  to  reduce  the  lo.id  on  a 
pamlul  hip,  knee  or  loot  joint.  However,  this  often 
causes  additional  problems  ol  the  up|X'i  limbs  such  as 
increased  pain  or  deformity. 

Before  starting  the  development  work,  interviews  and 
practical  tesLs  with  user>>  were  conducted.  Hand 
positions  and  walking  patterns  were  studied  and 
registered,  Poorconuict  iKtweeen  the  palm  and  the 
supporting  areas  of  the  handle  was  characteristic  for 
most  existing  canes  when  used  by  arthritics.  Thus,  the 
load  bearing  areas  were  reduced  and  the  pressure 
increased.  Noutbly.  the  load  was  often  lw:ated  to  llie 
thunib/forcfinger  area  W'hich  explains  the  considerable 
pain  that  was  reported  in  the  thumb  and  thumb  crease. 
This  was  verified  by  prints  made  using  paint  (in  the  cane 
handle.  They  showed  little  support  on  the  ulnar  sideol 
the  palm.  Existing  canes  also  olten  separated  the  fingers 
and  lorced  them  apttrt  m  a  painful  maimer.  It  is  desirable 
that  the  fingers  can  be  flexed  together. 

E-A|)eriments  with  adjustable  angles  of  existing  cane 
handles  were  also  made.  The  majority  of  the  siibjecls 
wanted  to  change  the  angle  of  the  grip  iii  order  to 
mcrctisc  the  load  bearing  area.  As  the  load  bearing  areas 
on  existing  canes  tire  more  or  less  horizontal  they  cannot 
bo  utili/cd  by  |X'rsoiis  with  stilf  wrists. 


Based  upon  criteria  from  this  investigation,  proposals 
lor  new  design  solutions  were  made.  Several  models 
were  made  and  tcstctl.  A  new  anatomical  handle  was 
designed  which  increased  considerably  the  contact  area 
between  the  hand  and  the  handle,  thus  providing  better 
Support.  Seemingly  small  differences  can  be  of  vital 
importance  for  function,  safety  and  comfort,  something 
that  can  only  be  di.scovercd  through  tests  with  u.sers. 
Each  step  is  recorded  to  provide  evidence  that  one 
solution  is  better  than  another. 

The  final  Jesign  of  the  new  cane  is  characterized  by: 
■Larger  load-bearing  areas  for  the  hand,  without  the  usual 
consequence  of  die  thumb  being  pushed  out  of  place. 
•The  tube  is  placed  at  the  back  of  die  handle  which 
allows  the  fingers  to  be  flexed  together. 
■Good  friction  and  a  soft  grip  surface  enhance  the 
com  fort. 

■The  angle  of  the  handle  is  adjustable  to  each  individual 
using  a  ball-and-socket  joint. 

Hie  cane  was  made  as  light-weight  as  possible,  an 
iiiiportaiit  consideration  for  a  person  suffering  from  pain 
111  the  shoulder  joint.  A  weight  difference  of  as  little  as 
50- 100  g  nia\  be  ini|X)rtani  to  the  user.  The  tube  is  cut 
oil  to  the  right  length  forejich  individual,  in.steiid  of 
having  an  adjustable  length  with  a  double  tube.  The 
cane  is  also  provided  with  an  ela.stic  wrist  strap. 

The  example  shows  the  general  truth  that  many 
apparently  simple  devices  need  a  thorough  design 
process  in  order  lo  ai  lueve  a  satisfactory  result. 
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Abstract 

This  paper  describes  the  nature  of  a  newly  created  Rehabilitation 
Technology  Research  and  Development  Consortium  designed  to 
link  universities,  clinics,  consumers,  manufacturers  and  marketers 
to  address  the  rehabilitation  technology  needs  of  consumers, 
while  building  a  stronger  research  base  to  effectively  transfer 
relevant  technology  to  the  industrial  sector.  The  Consortium  is 
to  address  problems  relating  to  seating,  mobility,  prosthetics. 
Orthotics,  hearing,  communication,  vision  and  respiration  through 
teams  in  each  of  these  areas.  It  includes  also  a  Psychosocial 
Evaluation  Team  (to  facilitate  meaningful  ways  of  consumer 
participation  and  measures  of  issues  such  as  quality  of  life)  and 
a  Technology  Transfer  Unit. 

Background 

Rehabilitation  engineering  efforts  arc  being  directed  largely  at 
providing  opportunities  for  individuals  with  disabilities  to 
achieve  greater  independence  and  participation  in  society,  obtain 
employment  and  enjoy  leisure  time.  Appropriate  means  are 
needed  to  ensure  that  technological  developments  arc  most 
fruitfully  made  available  to  those  who  can  benefit  from  them. 

The  Ontario  Ministry'  of  Health  supports  the  provision  of 
assistive  devices  by  providing  75%  of  the  cost  of  a  wide  range 
of  devices  and  currently  expends  about  SlOO-million  per  year. 
The  Ministry  has  recently  funded  a  Rehabilitation  Technology 
Research  and  Development  Consortium  with  a  ten  year 
commitment  at  the  level  of  SI.5-million  per  year,  which  the 
Consortium  must  augment  by  $750.(X)0  per  year.  This  must  be 
done  by  matching  funds  acquired  through  grant  applications 
made  to  other  agencies  and  resources  which  the  Consortium 
partners  themselves  contribute.  The  Consortium  is  designed  to 
link  universities,  clinics.consumers,  manufacturers  and  marketers 
to  address  the  rehabilitation  technology  needs  of  consumers, 
while  building  a  stronger  research  base  to  effectively  transfer 
relevant  technology  to  the  industrial  sector.     Its  current 
partnerships  involve  a  wide  spectrum  of  individual  consumers, 
consumer  organizations,  several  universities  and  educatiinal 
institutions  and  their  related  clinical  facilities  including  The 
Ontario  Institute  for  Studies  in  Education.  Ottawa  University. 
Queen's  University.  University  of  Toronto.  University  of 
Western  Ontario  and  Waterloo  University.  The  Consortium  is  to 
address  problems  relating  to  seating,  mobility,  prosthetics. 
Orthotics,  hearing,  communication,  vision  and  respiration  through 
teams  in  each  of  these  areas.  It  includes  also  a  Psychosocial 
Evaluation  Team  to  facilitate  meaningful  ways  of  consumer 
participation  and  measures  of  issues  such  as  quality  of  life,  and 
a  Technology  Transfer  Unit.     A  Management  Committee 
comprised  of  Team  Leaders,  each  with  at  least  a  30%  time 
commitment  to  the  Consortium,  is  to  administer  the  operation. 
Team  Leaders  in  the  various  areas  arc  expected  to  ensure  that 
team  commitments  are  met.    The  Consortium,  through  its 
Director,  reports  to  an  Advisory  Board  involving  high  profile 
representatives    from    consumers,    the  scientific 
community  .industry,  and  service  agencies. 


Thematic  Attributes 

The  essential  purpose  of  the  Consortium  is  to  enhance  the 
quality  of  the  lives  of  persons  with  disabilities,  their  families  and 
communities.  For  its  impact  to  be  felt.  Consortium  endeavours 
must  relate  to  outcomes  in  terms  of  one  or  more  of  the  following 
thematic  attributes: 

EMPOWERMENT  of  the  person;  assurance  of  the  DIGNITY  of 
the  person;  enhancing  the  INDEPENDENCE  of  the  person; 
assuring  SAFETY  for  the  person  and  the  community;  assuring 
RELIABILITY  of  developed  devices  and  systems;  and, 
enhancing  the  SCXIALIZATION  of  the  person. 

Seating 

Two  projects  are  involved  initially: 

1)        Further  development  and  clinical  evaluation  of  a 

modular  adjustable  seating  system. 
21        Development  of  restraint  systems  for  transporting 

persons  with  physical  disabilities  in  motor  vehicles. 

Mobility 

The  research  focus  for  this  area  is:  Mobility,  agility  and  device 
control  in  the  home  and  community. 

Prosthetics  and  Orthotics 

This  is  a  team  combining  efforts  in  the  two  areas.  Four  projects 
are  involved: 

1)        Functional  neuromuscular  stimulation  using  injectable 
stimulators. 

21        Modular  ankle-foot  orthoses  for  children. 
31        Programmable   autocalibrating   myoelectric  control 
system. 

4)        Development  of  new  energy  recovery  bclow-knee  and 
above-knee  prostheses. 

Hearing 

Two  projects  arc  of  concern: 

1 1        Electroacoustic  evaluation  of  hearing  devices. 

21        New  systems  for  fitting  hearing  devices. 

Communication 

This  team's  projects  relate  to  the  development  of  multi-modal 
augmentative  communication  technology  with  emphasis  on  low 
resolution  headpointing  and  face-to-face  expression  of  non-verbal 
aspects  of  communication. 

Vision 

The  two  projects  in  this  area  are: 

1 1        Spectacle-bome  autofocus  low  vision  telescope  research 

and  development. 
2]        An  electronic  reading  and  reference  package. 
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Respiration 

This  research  focuses  on  the  evaluation  of  mechanical  ventilatory 
support  devices  with  a  view  to  better  understanding  their 
effectiveness,  safety,  reliability  and  application  with  a  view  to 
furthering  their  design  and  development.  Two  specific  projects 
are: 

1|        Information  system  regarding  the  impact  of  home 
ventilation. 

2)        Application  of  innovative  non-invasive  ventilator 
technology. 

Psychosocial  Evaluation  Team  (P.SET) 

Research  programs  are  to  be  pursued  to  aid  the  Consortium  in 
assuring  effective  consumer  involvement.  In  addition  to 
promoting  and  studying  mechanisms  for  such  involvement  using 
techniques  such  as  focus  groups,  epidemiological  and  survey 
research,  and  solicitation  of  input  from  formal  consumer  groups, 
a  project  concerning  the  establishment  of  a  telecommunications 
network  is  proposed.  A  second  major  project  is  to  investigate 
the  potential  of  current  quality  of  life  instruments  and  their 
appropriateness  for  use  by  the  Consortium's  teams. 

Technology  Transfer  Unit 

This  unit  is  designed  to  interact  with  all  of  the  research 
teams.including  PSET.and  the  industrial/commercial  sector  with 
a  view  to  assuring  that  developed  assistive  devices  and 
technological  systems  can  be  made  available  as  quickly  as 
possible  for  the  benefit  of  consumers.  The  unit  will  undertake 
technology  assessments;  facilitate  prototype  development, 
fabrication  and  testing;  create  product  literature,  including 
manuals  and  relevant  technic  il  and  user  information:  and 
facilitate  the  acquisition  of  patents,  copyrights  and  the  issuance 
of  licences.and  expedite  legal  processes. 

Evaluation 

The  Consortium  will  review  its  progress  annually  and  report  on 
this  along  with  each  subsequent  year's  plans  to  the  Advisory 
Board.  Its  experiences  will  be  shared  as  widely  as  possible  with 
a  view  to  expanding  upon  its  possible  successes  in  other  locales. 

Conclusion 

It  is  hoped  that  the  model  described  in  this  paper  will  be  of 
value  to  others  who  are  concerned  with  the  spectrum  of  effort 
required  in  assuring  that  rehabilitative  technologies  reach  those 
people  who  need  them  as  expeditiously  as  possible. 

Morris  (Mickey)  Milner 
The  Hugh  MacMillan  Rehabilitation  Centre 
350  Rumscy  Road  Toronto.  Ontario 
CANADA   M4G  1R8 
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A  Coherent  Approach  for  the  design  and  development  of  assistive  devices  for  elderly  and 
disabled  consumers. 

Robert  Brown  .Brunei  institute  for  Bioengineering.Brunel  University .Uxbridge  Campus 
David  K  Wright.Brunel  University., Runnymede  Campus.Egham.West  London.U.K. 


We  report  on  the  development  of  a  system  for 
the  design  .development  ,  prototyping  , 
evaluation  and  manufacture  of  devices  for  a 
wide  range  of  elderly  and  disabled  consumers 
at  the  Brunei  Institute  for  Bioengineering. 

Introduction. 

The  Institute  ,set  up  in  1983  is  a  self  financing 
organisation  with  expertise  in  developing 
design  concepts  at  the  interface  between 
biology,  engineering  and  medicine. A 
multidisciplinary  team  approach  to  problem 
solving  allows  it  to  adopt  a  lively  and  innovative 
approach  to  design  for  rehabilitation.lt  is  based 
on  the  university  campus  , and, has 
collaborations  with  departments  within  the 
University  although  its  finance  originates  in  the 
main  from  charitable  organisations  and 
commercial  research  contracts. 

Consumer  Products. 

In  the  institute'sRehabilitation  Engineering  unit 
the  products  under  development  are  aptly 
described  as  "Tools  for  Living"''  rather  than 
aids  for  the  disabled  ,there  is  an  implication 
that  disabled  people  simply  lack  the 
appropriate  tools.ln  addition  to  disabled  people 
suffering  from  diseases  such  as  Motor  Neurone 
disease  ,Cerebral  Palsy,Multiple  Sclerosis  we 
are  concerned  with  the  development  of  tools 
for  elderly  clients. Here  we  are  particularly 
concerned  with  products  which  enhance  the 
quality  of  life  of  this  segment  of  the  population 
increasing  independence  through  the 
application  of  technology. 
Many  of  our  past  products  have  been 
developed  in  response  to  a  specific  user  need 
identified  through  consultation  with  clinicians 
and  users  ,an  application  is  then  made  for 
funding  research  and  development  by 
submitting  a  proposal  to  an  appropriate 
medical  or  private  charity  .We  are  developing  a 
more  generic  approach  to  problems  which  will 
allow  a  solution  to  be  used  in  a  number  of 
different  situations.This  is  not  to  be  taken  to  be 
the  same  approach  as  that  which  adapts  a 
solution  from  one  area  to  give  a  solution  for  a 
new  client  group.The  design  from  concept 
stage  takes  account  of  likely  applications  and 
incorporates  this  flexibility  and  adaptability  into 
the  product. 

Traditionally  a  request  has  been  generated  by 


a  group  of  users  who  may  be  linked  through  a 
relevant  charity.After  discussion  and 
subsequent  analysis  a  set  of  needs  is  identified 
and  a  proposal  for  research  and  development 
is  made. Once  the  design  and  development 
work  is  underway  the  devices  are  evaluated 
with  the  intended  users  at  every  stage  of  the 
design  and  development  process  and  the 
results  statistically  analysed. By  the  time  a 
product  is  proposed  to  a  manufacture  it  will 
have  gone  through  several  design 
prototypes. Unfortunately  this  approach  does 
not  take  account  of  other  user  groups  and  for 
them  much  of  the  process  has  to  be  repeated. 

Production 

Inevitably  much  of  the  manufacturing 
especially  at  the  early  stages  ,is  concerned 
with  one  off  prototypes  or  short  production 
runs. If  items  are  to  be  produced  in  large 
quantities  then  commercial  manufactures  are 
involved  at  the  earliest  possible  stage  in  the 
design  process. 

Model. 

The  diagram  shows  how  our  approach  differs 
from  traditional  design  and  man- 
ufacture.When  a  need  is  identified  ,perhaps 
through  a  user  group  ,the  system  responds  by 
accessing  a  database  to  put  the  user  group 
into  context. This  is  followed  by  the  usual 
design  processes  as  identified  in  an  earlier 

paper^.We  emphasise  the  importance  of 
computer  aided  design  and  associated 
databases  ;the  database  involves  inputs  from 
clinicians  and  users  as  well  as  rehabilitation 
engineers.The  data  may  be  held  in  a  variety  of 
cross  referenced  files  or  a  hypertext 
multimedia  system. The  system  allows  the 
designer  to  find  information  on  the  needs  and 
requirements  of  a  particular  client  group  but 
this  can  be  supported  by  accessing  information 
on  other  client  groups  as  well  as  related 
/existing  products.  This  technique  allows 
anthropometric  information  to  be  used  without 
the  need  to  continually  repeat 
measurements.When  user  trials  are  involved, 
information  from  users  may  be  stored  for  future 
use  , especially  in  a  cross  reference  system  so 
that  although  the  original  request  came 
perhaps  from  a  single  user  tiie  noeds  of  others 
are  readily  available. 
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Our  development  system  makes  use  of  the 
Deicam  Duct  CAD  system  ,a  3D  engineering 
design  suite  .which  is  based  on  a  spine 
system,  allowing  complicated  doubly  curved 
surfaces  to  be  drawn. For  the  conceptual 
stages  of  design  .this  can  be  interfaced  with 
the  ALIAS  surface  modelling  package  which 
has  high  level  surface  rendering  and  animation 
capabilities. In  this  context  we  emphasise  that 
concept  is  influenced  by  technical 
considerations  as  well  as  by  visual  impact  and 
the  initial  stages  of  the  design  process  in 
rehabilitation  engineering  are  concerned  with 


both  aspects, .Accordingly  .development  tools 
such  as  Aries  Concept  Modelling  .with 
mterfaces  into  ADAMS  and  ANSYS  are 
available  to  complement  the  form  and  texture 
design  possible  with  ALIAS..The  ADAMS  suite 
of  software  is  particularly  useful  for  the 
dynamic  and  kinematic  analysis  of  mechanical 
systems  since  it  allows  the  designer  to 
consider  the  implications  of  a  range  of 
mechanisms. 

This  modelling  facility  enables  the  rehabilitation 
engineer  to  avoid  the  need  for  extensive 
prototyping  with  the  inevitable  cost  implications 
in  materials  and  time^.One  valuable  aspect  of 
this  change  is  the  use  of  feedback  from  users 
to  change  the  design  at  an  early  stage,  with 
reduced  trial  and  error  .and  to  obtain 
anthropometric  data  from  user  trials  of 
prototypes. 

Suppose  .for  example  .that  a  mechanical 
device  designed  using  such  systems  die  not 
give  the  results  expected.This  would  allow  the 
designer  to  refine  the  data  being  used  in  order 
to  redesign  the  device.  An  arm  support  system 
might  be  designed  assuming  a  certain  set  of 
arm  constraints  and  allowed  forces  .but  the 
result  might  well  indicate  that'  these 
assumptions  were  in  error.Equally  because  of 
the  progressive  nature  of  diseases  such  as 
Motor  Neurone  Disease  many  designs  have  to 
take  into  account  likely  changes  in  constraints 
etc.This  implies  a  consideration  of  possible 
adjustments  to  the  mechanical  device  with  the 
need  for  a  design  system  which  can  make 
such  judgments  possible  on  an  individual  basis 
and  for  the  whole  range  of  possible  variations. 
Manufacture. 

We  have  already  identified  the  need  for 
flexibility  in  design  solutions  so  that  devices 
and  systems  can  cope  with  individual 
requirements  .This  may  be  in  conflict  with 
requirements  of  economic  manufacture  which 
invariably  emphasise  the  desirability  of 
uniformity  in  production  runs. 
Through  CAD  CAM  packages  such  as  ALIAS 
and  DUCT  it  makes  it  possible  to  place  equal 
emphasis  on  both  the  visual  and  functional 
aspects  of  a  proposed  solution  within  the 
context  of  manufacture  and  marketing.  With 
the  DUCT  machine  path  generation  softv/are 
one  can.  proceed  to  production  of  either 
prototypes  or  small  scale  batches.The  decision 
between  the  use  of  CAD/  CAM  or  traditional 
manufacture  depends  on  the  form  of  the  device 
as  well  as  cost. In  some  applications  such  as 
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presentations  to  user  groups  .clinicians  and 
manufacturers, it  may  not  always  be  necessary 
to  produce  a  physical  model. For  ttiis  and  for 
use  for  spatial  fit  tests,  for  which  a  solid  object 
model  is  desirable  ,  the  technique  known  as 
stereolithography  (SLA)  may  be  appropriate. In 
the  SLA  technique  the  required  form  is 
modelled  from  the  CAD  package  in 
polymerised  plastic  resin.The  polymerisation 
being  achieved  through  the  use  of  a 
laser.Although  such  systems  are  expensive, 
they  can  be  shared  ,or  perhaps  hired  ,so  that 
the  occasional  user  should  not  have  to  invest 
large  capital  outlays. In  any  event  it  seems 
likely  that  the  cost  of  such  systems  is  likely  to 
continue  to  fall  rapidly. 

Case  Study 

Earlier  this  year  we  decided  to  focus  our 
attention  on  the  kitchen  environment, as  we 
identified  this  area  as  having  the  largest 
concentration  of  "specialist  tools  "  and 
equipment  in  the  domestic  environment. The 
exercise  also  highlighted  the  extent  to  which 
we  use  our  hands  to  control  our  environment.lt 
follows  that  when  hand  disfunction  does  occur 
then   use  of  the  kitchen   is  severely 
curtailled.This  is  the  case  for  many  thousands 
of  arthritis  sufferers  ,who  experience  great 
difficulty  and  pain  when  preparing,cooking  and 
serving   food.   We   discovered  from 
demographic  data     that  individuals  with  an 
arthritic  condition  form  the  largest  group  within 
the  disabled  population  with  a  hand 
dysfunction.  .  Discussions  with  Arthritis  Care 
identified  two  main  groups:  a  numerically  large 
group  of  elderly  arthritics  and  a  smaller  group 
of  Rheumatoid  Arthritics.The  latter  group  would 
benefit  from  new  products  in  a  different  way  to 
the  more  elderly  group  since  they  were  often 
involved  with  employment  and  with  younger 
families.We  focussed  generally  on  pans  and 
cookware    and    specifically    on  pan 
riandles, discovering  that  very  little  research  in 
relation  to  anthropometric  and  ergonomic  data 

existed.  Drury**  has  discussed  the  forces 
acting  on  the  hand  when  exerting  a  grip  ,as  on 
a  handle. In  a  mainstream  power  grip  the  hand 
would  be  in  a  supinated  position  with  the  hand 
in  a  vertical  plane  .This  transmits  a  large 
compressive  load  through  the  lower  wrist  to  the 
ulnar  forearm  bone  with  the  load  acting  about 
the  central  capitate  wrist  bone. 
In  a  Rheumatoid  hand  there  is  dysfunction  due 


to  joint  swelling    and  weakening  of  the 
supporting  ligaments  with  erosion  and 
crumbling  of  the  bone  itself. This  leads  to 
deformity.weak  grip  , dislocation  and  severe 
pain. Discussions  with  Rheumatologists  and 
specialist  O.Ts.  indicated  the  need  to  carefully 
consider  the  forces  and  to  reduce  the 
compressive  forces  on  the  wrist.  With  this  in 
mind  the  hand  is  to  be  used  in  a  pronated 
position  and  the  the  index  and  middle  fingers 
used  to  lift  the  load.To  improve  stability  the  less 
dominant  hand  would  be  used  to  lift  the  other 
side  of  the  load  thereby  reducing  the  load  on 
the  main  grip  hand.The  second  hand  would  be 
in  a  supinated  position  but  using  the 
metacarpal  of  the  index  finger  to  reduce  the 
load  distance  from  the  wrist  and  the  forearm 
could  be  used  to  further  reduce  loadings. 
The  handle  designs  ,based  on  these  ideas  ,so 
far  developed  in  collaboration  with  users  and 
clinicians  as  described  above  ,  hava  been 
based  on  anthropometric  and  biomechanical 
data.As  the  handles  are  evaluated  so  this  data 
will  be  updated  for  future  use. They  are 
currently  being  evaluated  as  indicated  above  in 
conjunction  with  clinicians.  Although  the 
designs  will  be  specific  to  a  particular  user 
group  they  are  seen  as  being  accessible  and 
desirable  to  a  wide  range  of  users  .  With  a  fully 
developed  CAD  system  as  described  earlier 
the  detained  forces  involved  can  be  determined 
and  optimised.lt  will  then  be  possible  to  modify 
the  design  , analyse  the  modifications  and 
rapidly  prototype  with  confidence. This  is 
currently  under  development. 
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ABSTRACT 

In  January  1991,  the  Rehabilitation  Association  of 
Western  New  York  (RAWNY)  formed  a  sub-commitlcc 
for  the  purpose  of  fostering  increased  interaction 
between  the  rehabilitation  and  engineering  communities 
in  the  Western  New  York  region.  The  Rehabilitation 
Engineering  and  Technology  Sub-Committee  met  six 
times  during  1991  and  established  itself  as  a  dynamic, 
growing  entity  within  RAWNY.  Replicating  this 
committee  model  could  ultimately  improve  the  transfer 
of  technology  from  industry  to  the  rehabilitation 
community,  as  well  as  increase  the  number  of  engincws 
who  choose  to  specialize  in  rehabilitation  engineering. 

BACKGROUND 

The  engineers  who  are  involved  in  RESNA  comprise  an 
extremely  small  niche  within  the  broader  engineering 
profession.  Engineers  who  are  educated  and  employed  in 
traditional  disciplines  have  little  knowledge  about  the 
needs  of  the  rehabilitation  community.  Likewise,  the 
rehabilitation  professionals  who  are  involved  in 
RESNA  represent  a  small  fraction  of  their  respective 
professions.   Most  "traditional"  rehabilitation 
professionals  have  only  a  vague  idea  of  the  potential 
benefits  of  engineering  technology. 

The  Rehabili'.ition  Association  of  Western  New  York 
(RAWNY),  /ike  its  parent  organization  the  National 
Rehabilitation  Association,  is  a,  "private,  non-profit, 
voluntary  organization  and  strong  lobbying  force  for  the 
advancement  of  rehabilitation  for  all  persons  with 
disabilities,"  Its  membership  i«  comprised  of 
rehabilitation  professionals,  primarily  rehabilitation 
counselors.  RAWNY  formed  the  Rehabilitation 
Engineering  and  Technology  Sub-Committee  in  January 
1991  to  develop  links  between  the  rehabilitation  and 
engineering  communities  in  Western  New  York. 

The  table  below  shows  the  charter  membership. 
Diversity  in  technical  disciplines,  education  levels,  and 
industries  represented  on  the  committee  was  a 
consideration  in  filling  out  the  committee. 


Discipline 


E)iscipline 


Education 


Industry 


Mathematics 
Computer  Science 
Mechanical  Engineer 
Rehab  Engineer 
Software  Engineer 
Electrical  Engineer 

Chemistry 
Rehab  Counseling 
Rehab  Counseling 


Education 

Industry 

Ph.D. 

Defense 

Ph.D. 

Defense 

BSME 

Toys 

MSME 

Ass't  Prof. 

BSEE 

Electronics 

BSEE 

Electronics  and 

software. 

Ph.D. 

Defense 

BA,  CRC 

Mental  Hlth 

MS,  CRC 

State  OVR 

Ph.D.,  CRC 

Rehab  Tech. 

Ph.D.,  CRC 

Ass't.  Prof 

Occupational  Therapy  M.S.  Grad.  Student 

Business  Ph.D.  Dental 


OBJECTIVES 

The  President  of  RAWNY  developed  a  preliminary 
mission  statement  for  the  sub-committee  that  was  subject 
to  further  input  and  slight  revision  by  the  RAWNY 
Board  of  Directors  and  members  of  the  sub<ommittee. 
The  final,  board-approved  mission  statement  for  the 
Rehabilitation  Engineering  and  Technology  Sub- 
Committee  included  a  broad  set  of  long  term  objectives. 
These  were  to: 

1.  Explore  and  develop  methods  that  will  enable 
effective  interfacing  between  participants  from  the 
technological  and  rehabilitation  communities. 

2.  Assess  the  status  of  the  rehabilitation  community  in 
regards  to  technological  knowledge  and  use. 

3.  Develop  strategies  to  strengthen  rehabilitation 
practitioner  and  consumer  understanding  and  use  of 
technological  equipment. 

4.  Suggest  training  opportunities  to  facilitate  the 
application  of  technological  advances  to  rehabilitation 
voimcs. 

5.  Familiarize  engineering  and  business  professionals 
and  students  with  techniques  and  opportunities  in 
rehabilitation. 

6.  Serve  as  consultants  to  the  local  community  regarding 
availability  and  application  of  existing  technological 
equipment. 

7.  Identify  gaps  in  existing  technology. 

8.  Create  strategies  for  effective  and/or  creative 
technol  ..gy  transfer. 

9.  Serve  as  technological  resources,  if  needed,  for  people 
with  disabilities. 

Initial  committee  objectives  were:  1)  share  professional 
and  personal  interests  in  rehabilitation  engineering,  2) 
share  information  to  educate  engineers  about  issues  in 
rehabilitation  and  educate  rehabilitation  professionals 
about  technical  developments  in  industry,  3)  develop  a 
set  of  ethical  guidelines  for  the  sub<ommittce,  4) 
develop  a  plan  for  recruiting  additional  sub<ommittce 
members  from  the  engineering  community. 
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METHODS/ APPROACH 

Since  most  members  of  the  Rehabilitation  Engineering 
and  Technology  Sub-Committee  had  not  met  prior  to 
formation  of  the  sub<ommittcc,  the  initial  meetings 
were  "get  acquainted"  sessions.  Meeting  sites  rotated  to 
include  the  companies  and  agencies  of  as  many  sub- 
committee members  as  possible.  Sulxomnutfee  members 
arc  encouraged  to  host  meetings  to  acquaint  other 
committee  members  with  the  work  that  they  are  doing. 

The  early  meetings  revealed  that  the  sub-committee 
needed  a  common  background  of  knowledge  from  which 
to  proceed  as  a  group.  Subsequently,  information  on 
rehabilitation  and  assistive  technology  was  provided  in 
the  form  of  article  reprints  and  hand-outs  to  all 
committee  members.  Rotation  of  meeting  sites  served  a 
similar  function  of  developing  common  group  experience. 

Ad  hoc  "sub-sub-committccs"  were  formed  to  develop 
ethical  guidelines  for  the  sub<ommittee  and  to  outline 
goals  for  recruiting  additional  members. 


concomitant  effects  of  the  current  recession  and  a 
scaledown  of  our  doitX!Stic  defense  effort.  Predictably, 
many  companies  are  exploring  new  avenues  of  product 
development.  Committees  modeled  after  this  one,  if 
widely  replicated,  would  heighten  awareness  of  the 
technical  needs  present  within  the  rehabilitation 
community.  Through  direct  consultation  one  would 
expect  to  sec  improved  technology  transfer  between 
industry  and  rehabilitation.  Lastly,  the  Rehabilitation 
Engineering  and  Technology  Sub-Committee  model 
would  no  doubt  draw  a  number  of  engineers  from 
"traditional"  disciplines  into  the  rehabilitation 
engineering  field,  and  this  development  would 
strengthen  the  role  of  our  discipline  in  the  long  run. 


James  A.  Lenker 

Center  for  Therapeutic  Applications  of  Technology 
University  at  Buffalo 
515  Kimball  Tower 
Buffalo,  NY  14214 


RESULTS 


The  Rehabilitation  Engineering  and  Technology  Sub- 
Committee  met  six  times  during  1991.  By  the  end  of  its 
first  year,  the  sub<ommittee  had  developed  a  solid 
base  of  membership  for  building  future  activities.  The 
sub-committee  developed  its  own  mission  statement,  is 
establishing  a  set  of  ethical  guidelines  to  define  member 
conduct,  and  has  begun  looking  at  member  recruitment 
through  regional  chapters  of  engineering  societies.  The 
Executive  Board  of  the  Rehabilitation  Association  of 
Western  New  York  thought  highly  of  the  sub-committee 
and  approved  a  year-end  constitutional  amendment 
stipulating  that  the  sub<ommittee  have  official  status 
as  a  permanent  committee  within  RAWNY. 


DISCUSSION 


Now  that  the  initial  phase  is  completed,  the  committee 
is  developing  specific  opportunities  to  reach  out  to  the 
community.  One  suggestion  is  to  have  the  committee  act 
as  an  informal  "sounding  board"  of  interdisciplinary 
consultants  to  undergraduate  and  graduate  students 
involved  in  assistive  device  design  projects.  This  has 
great  potential  for  students,  consumers  and  committee 
members  alike.  Students  could  learn  from  practical 
design  suggestions  and  perhaps  incorporate  technology 
that  is  already  being  used  into  their  designs.  Consumers 
would  benefit  from  better  device  designs.  Finally,  the 
committee  members  could  gain  satisfaction  from  making 
a  contribution  to  technology  transfer.  A  second 
suggestion  is  to  have  the  committsc  also  act  as  a 
sounding  board  to  small  companies  who  are  developing 
assistive  technology  products.  Again  the  committee 
could  foster  improved  technology  transfer  to  smaller 
manufacturers. 

The  role  of  the  Rehabilitation  Engineering  and 
Technology  Committee  will  remain  one  of  education  and 
not  product  development.  A  basis  for  interaction  has 
been  established  that  will  yield  many  tangible  benefits 
in  the  years  to  come.  Many  industries  are  feeling  the 
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Domta  Tefft  MA,  CCC-SP,  Jan  Fui-umasu  BS,  FT,  Paula  Guerette,  PhD 
Rehabilitation  Engineering  Center  on  Technology  for  Children 
Downey,  California  USA 


Abstract 

Currently,  there  is  little  information  available  to 
therapists  to  indicate  when  a  young  child  is 
cognitively  capable  of  driving  a  powered 
wheelchair.  TTiis  project  seeks  to  identify  the 
cognitive  prerequisites  to  successful  powered 
mobility  in  young  (18-36  months),  physically 
disabled  children.  Developmental  skills  which 
incorporate  concepts  acquired  during  Piaget's 
sensorimotor  and  early  preoperational  stages  will 
be  evaluated.  Developmental  skills  will  be 
associated  with  performance  on  a  wheelchair 
driving  test.  Forty  five  cognitively  intact  children 
with  severe  physical  disabilities  will  be  evaluated. 
Information  will  be  used  to  determine 
appropriate  cognitive  skill  levels  prior  to  placing 
a  child  in  a  wheelchair,  to  provide  an  age 
appropriate  driver  training  program,  and  to 
provide  documentation  of  wheelchair  driving 
ability  for  funding  purposes. 

Background 

Over  the  past  ten  years,  research  has  documented 
the  developmental  and  psychosocial  benefits  of 
independent  mobility  for  the  severely  physically 
disabled  child  (1,2).  These  benefits  include 
improved  self  image,  increased  ability  to 
participate  in  educational  programs,  and 
improved  cognitive,  social,  and  communication 
development  (e.g.,  3,4).  Children  as  young  as  two 
years  old  have  demonstrated  the  ability  to 
operate  a  powered  wheelchair  safely  with 
supervision  (5,6). 

There  are  a  number  of  factors  identified  by 
clinicians  which  appear  to  influence  a  child's 
ability  to  drive.  These  factors  include  physical 
access,  cognitive  "readiness"  in  a  number  of  skill 
domains,  temperament,  and  dynamic  integration 
of  sensory  input,  motor  control  and  cognitive 
processing.  Improved  pediatric  pov/er  wheelchair 
technology  has  eliminated  physical  access  as  an 
impediment  to  driving.  Cognitive  capabilities,  on 
the  other  hand,  have  been  more  difficult  to 
evaluate  in  the  very  young,  physically  disabled 
child.  Temperament  also  appears  to  influence 
successful  driving  performance.  Anecdotal 
evidence    indicates   that    children   who  are 


attentive,  persistent,  and  motivated  to  perform 
tend  to  be  more  successful  powered  wheelchair 
drivers.  Finally,  dynamic  sensory-motor 
integration,  which  entails  perceiving  and 
processing  stimuli,  motor  planning,  and  reacting 
appropriately  in  a  timely  manner  while  moving  in 
space,  also  contributes  to  successful  wheeijhair 
driving. 

Statement  of  Problem 

Currently,  no  battery  of  tasks  exists  to  evaluate  a 
child's  cognitive  readiness  to  drive  a  powered 
wheelchair  successfully.  Apart  from  actually 
placing  a  child  in  a  powered  wheelchair  and 
evaluating  his  or  her  dynamic  performance,  it  is 
often  difficult  for  therapists  to  determine  whether 
or  not  a  child  has  developed  the  cognitive  skills 
necessary  for  driving.  In  addition  to  these 
cognitive  skills,  aspects  of  the  child's 
temperament  must  also  be  considered.  The 
objectives  of  the  project  are:  1)  to  develop  an 
assessment  batterj'  which  evaluates  a  child's 
cognitive  readiness  to  drive,  2)  to  determine  the 
influence  of  temperament  on  wheelchair  driving 
success,  and  3)  to  develop  an  age-appropriate 
wheelchair  driving  program  to  teach  powered 
wheelchair  driving  skills  to  very  young  children. 

Approach 

Input  from  developmental  specialists  and 
professionals  experienced  in  early  powered 
mobility  was  obtained  in  order  to  identify  the 
cognitive  domains  relevant  to  wheelchair  driving. 
The  primary  areas  identified  were  problem- 
solving,  spatial  relations,  symbolic  play  and  object 
permanence.  Next,  an  in-depth  literature  review 
was  conducted  in  the  areas  of  pediatric  powered 
mobilitj'  and  cognitive  development.  This 
information  w£is  used  to  develop  a  battery  to 
assess  the  four  areas  identified  above  (2,  7,  8,  9). 
The  battery,  which  incorporates  schemes  acquired 
during  Piaget's  sensorimotor  and  early 
preoperational  stages,  will  assist  in  the  evaluation 
of  the  cognitive  skills  needed  for  successful 
powered  mobility.  Activities  and  toys  used  in  the 
battery  have  been  modified  to  accommodate  to 
the  motoric  disabilities  of  the  children.  Finally, 
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a  measure  of  each  child's  "temperament", 
including  factors  such  as  perseverance  and 
frustration  level,  will  also  be  gathered  (10). 

A  powered  wheelchair  driving  training  program 
has  also  been  developed.  This  program  will  test 
basic  driving  skills  as  well  as  integration  of  these 
skills  in  different  environments.  The  driving 
training  consists  of  sessions  progressing  from 
basic  skills  such  as  driving  in  a  straight  line,  to 
performance  in  community  settings  with 
supervision. 

The  developmental  assessment  will  be  given  prior 
to  the  wheelchair  training  program,  and  will 
subsequently  be  compared  to  the  results  of  the 
final  driving  evaluation.  This  information  will  be 
used  to  determine  the  cognitive  skills  required  for 
successful  powered  wheelchair  driving. 

Forty-five  children  between  the  ages  of  18-36 
months  will  participate  in  the  study.  All  children 
will  have  severe  physical  disabilities  that  limit 
independent  mobility  but  will  demonstrate  age 
appropriate  cognition  and  learning  abilities. 
Medical  diagnoses  will  include  muscle  disease, 
spinal  cord  injury  (quadriplegia),  and  congenita! 
disabilities  such  as  arthrogr^T30sis  or  osteogenesis 
imperfecta. 

Discussion 

Independent  mobility  allows  young,  physically 
disabled  children  to  be  integrated  into 
appropriate  educational  programs  which  can  lead 
to  enhanced  psychosocial  and  cognitive 
development.  It  is  anticipated  that  the 
assessment  battery  will  identify  the  cognitive 
prerequisites  to  successful  powered  v/heelchair 
mobility.  These  cognitive  skills  can  be  targeted 
and  developed  through  appropriate 
developmental  activities  administered  by 
therapists  and  parents.  Continued  documentation 
of  the  importance  of  cognitive  assessment  for 
powered  mobility  will  supplement  clinical  reasons 
for  the  provision  of  power  wheelchairs  to  funding 
agencies  and  insurance  carriers. 

Future  Implications 

Establishing  baseline  cognitive  skills  for  physically 
disabled  children  who  are  cognitively  intact  may 
be  useful  for  other  populations.  This  assessment 
may  be  valid  for  the  developmentally  disabled 


individual,  since  studies  have  indicated  that 
development  occurs  in  the  same  sequence  but  at 
a  different  rate  for  that  population  (11). 

For  some  populations  who  demonstrate  adequate 
cognitive  and  motor  skills  for  wheelchair  driving 
(e.g,  cerebral  palsy),  failure  in  dynamic 
wheelchair  driving  tasks  may  be  due  to  other 
factors  such  as  difficulty  integrating  sensory, 
motor  and  cognitive  skills.  The  dynamic 
integration  of  skills  is  essential  but  is  difficult  to 
isolate  as  a  factor  affecting  performance. 
Demonstrating  adequate  cognitive  skills  may  help 
to  isolate  integration  problems  if  these  individuals 
fail  in  a  dynamic  driving  test.  Further  research  is 
needed  in  order  to 'provide  the  appropriate 
intervention  strategies  for  those  with  both 
cognitive  (i.e.,  integration)  and  motor  deficits. 
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Abstract 

A  PC-based  perspective-view 
electric  wheelchair  simulator 
prototype  has  been  developed  to 
enable  therapists  to  prescribe 
electric  wheelchair  control 
interfaces  better.     The  purpose  of 
this  study  was  to  validate  the 
wheelchair  simulator  by  comparing 
user  performance  with  the  simulator 
to  user  performance  with  an  actual 
wheelchair.     Four  spinal-cord 
injured  and  four  able-bodied 
subjects  navigated  the  simulator 
and  an  actual  wheelchair  through 
similar  courses.     Analyses  of 
variance  were  performed  on 
performance  measures  such  as  Root 
Mean  Square  (RMS)  path  deviation, 
maximum  path  deviation,  number  of 
path  crossings,  completion  time, 
and  position  in  forty-five  and 
ninety  degree  turns. 

Background 

There  are  a  great  number  of  control 
interfaces  available  for  electric 
wheelchairs.     Because  the 
suitability  of  a  control  interface 
is  dependent  both  upon  the 
.  characteristics  of  the  control  and 
the  disabled  user,  the  prescription 
of  an  interface  for  an  individual 
is  a  non-trivial  task. 

The  use  of  simulator  has  many 
potential  advantages  over  the  use 
of  an  actual  wheelchair  in  the 
testing  of  a  control  interface. 
First  of  all,  the  simulator  may  be 
less  expensive  to  obtain  and 
operate  than  an  electric  wheelchair 
set  up  to  accept  a  large  number  of 
control  interfaces.  Also, 
performance  parameters  could  be 
more  easily  modified  using  a 
simulator.     Quantified  performance 
data  are  difficult  to  obtain  using 
an  electric  wheelchair.     A  computer 
based  simulator  could  collect 
quantitative  data  as  it  were 
driven.     It  would  also  not  need  a 
large  amount  of  room  in  which  to 
operate . 


A  second  major  benefit  of  a 
wheelchair  simulator  is  that  of 
increased  safety.     A  wheelchair 
user  would  not  be  injured  by  a 
simulated  collision.     A  therapist 
could  safely  try  a  number  of 
control  interfaces.     With  increased 
safety,  user  apprehension  or  fear 
might  have  less  of  a  negative 
influence  on  performance. 

A  number  of  wheelchair  simulators 
have  been  developed.  A 
perspective-view  simulator  was 
found  to  be  a  good  predictor  of 
high  speed  wheelchair  performance 
when  performance  was  measured  by 
number  of  collisions  with  the  sides 
of  a  six  foot  wide  course  (Jarvis, 
Lotto,  Staub,  Young,  and  Verburg, 
1987).     McLaughlin,  Scott-Taplin, 
Mathews,  and  Smith  (1989)  report 
another  simulator  that  has  been 
developed  to  assist  with  user 
training  and  evaluation. 

Research  Questions 

To  demonstrate  the  usefulness  of  a 
simulator  in  predicting  wheelchair 
performance,  it  is  important  to 
show  that  user  performance  on  the 
simulator  was  not  significantly 
different  from  performance  on  an 
actual  wheelchair. 

Method 

A  course  was  laid  out  using  border 
tape  on  the  floor  of  a  large  room. 
The  course  contained  straight 
sections  of  path,  forty-five  degree 
turns,  and  ninety  degree  turns. 
Subjects  were  asked  to  drive  an 
Invacare  Rolls  Arrow  as  quickly  as 
they  could  twice  around  the  course, 
while  maintaining  accuracy. 
Subjects  were  also  asked  to  drive  a 
PC-based  simulation  of  the  Invacare 
Rolls  Arrow  around  a  simulated 
course  of  the  same  dimensions.  Two 
versions  of  the  simulator  were 
developed  for  this  experiment.  The 
"On  Simulator"  gave  the  user  the 
visual  perspective  of  sitting  in  a 
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wheelchair.     The  "Behind  Simulator" 
gave  the  user  the  visual 
perspective  of  being  behind  the 
wheelchair  so  that  the  position  of 
the  rear  wheels  could  be  seen 
relative  to  the  simulated  course. 

A  spring  loaded,  paint-based  crayon 
attached  to  the  center  of  the 
wheelchair  was  used  to  trace  the 
path  taken  by  the  subjects  as  they 
followed  the  course.     From  this 
trace,  positional  data,  measured 
from  the  center  of  the  course  to 
the  nearest  quarter  inch,  was  taken 
every  six  inches.     The  same 
positional  data  were  recorded  by 
the  simulators  automatically  as 
they  were  driven. 

Performance  measures  were  derived 
from  these  positional  data. 
The  performance  measures  include 
RMS  deviation  from  the  center  of 
the  path,  maximum  deviation  from 
the  center  of  the  path,  number  of 
times  the  center  of  the  path  was 
crossed,  position  of  the  wheelchair 
in  forty-five  and  ninety  degree 
turns,  and  time  taken  to  complete 
two  laps  around  the  course. 

Results 

The  mean  RMS  deviations  for  both 
the  on  simulator  (3.6  in.)  and  the 
behind  simulator  (6.7  in.)  were 
significantly  different  from  the 
mean  RMS  deviation  for  the 
wheelchair  (5.1  in)  at  p<0.05.  The 
Pearson  correlation  coefficient  was 
calculated  to  be  0.716  for  the  on 
simulator  scores  paired  with  the 
wheelchair  scores  and  0.746  for  the 
behind  simulator  scores  paired  with 
the  wheelchair  scores. 

The  mean  maximum  deviation  scores 
for  the  on  simulator  (12.0  in.)  and 
the  wheelchair  (13.8  in)  were  not 
significantly  different  from  one 
another.     However,  the  mean  maximum 
deviation  score  for  the  behind 
simulator  (18.1  in.)  was 
significantly  different  from  the 
other  two  at  p<0.05.     The  maximum 
deviation  scores  for  the  on 
simulator  were  correlated  with 
those  of  the  wheelchair  with  a 
correlation  coefficient  of  0.458. 
The  maximum  deviation  scores  of  the 
behind  simulator  were  correlated 
with  those  of  the  wheelchair  with  a 
correlation  coefficient  of  0.550. 


The  mean  number  of  times  the  center 
of  the  course  was  crossed  was  not 
significantly  different  for  any  of 
the  three  devices.     The  mean  score 
was  12.0  for  the  on  simulator,  11.6 
for  the  behind  simulator,  and  12.4 
for  the  wheelchair.  Interestingly, 
when  scores  for  the  on  simulator 
were  paired  with  scores  for  the 
wheelchair,  a  correlation 
coefficient  of  -0.400  was 
calculated.     When  the  scores  of  the 
behind  simulator  were  paired  with 
the  scores  of  the  wheelchair,  a 
correlation  coefficient  of  -0.063 
was  obtained. 

The  position  of  the  wheelchair  in  a 
forty-five  degree  turn,  measured 
toward  the  inside  of  the  turn  from 
the  center line  of  the  course,  was 
the  fourth  performance  variable 
recorded.      The  mean  score  for  the 
on  simulator  (7.84  in.)  was  not 
significantly  different  from  that 
of  the  wheelchair  (6.81  in.)  or  the 
behind  simulator  (5.13  in.).  The 
on  simulator  scores  correlated  with 
the  wheelchair  score  with  a 
correlation  coefficient  of  0.164. 
The  behind  simulate^  scores 
correlated  with  the  wheelchair 
scores  with  a  correlatiori 
coefficient  of  0.113. 

The  mean  position  of  the  device  in 
a  ninety  degree  turn  for  the  behind 
simulator  (6.3  in.)  was  not 
significantly  different  from  that 
of  the  wheelchair  (9.3  in.). 
However,  the  mean  position  of  the 
on  simulator  (17.2  in.)  was 
significantly  different  from  the 
other  two.     The  scores  of  the  two 
simulators  were  not  well  correlated 
with  the  scores  of  the  wheelchair. 
The  correlation  between  the  on 
simulator  and  the  wheelchair  was 
0.024.     The  correlation  between  the 
behind  simulator  and  the  wheelchair 
was  0.23  2. 

The  final  score  examined  was  the 
time  taken  to  complete  two  laps 
around  the  course.     The  mean  score 
for  the  on  simulator  (40.9  s.)  was 
not  significantly  different  from 
either  the  mean  score  of  the 
wheelchair  (38.49  s.)  or  the  behind 
simulator  (44.12  s.).     However,  the 
mean  scores  for  the  wheelchair  and 
the  behind  simulator  were 
significantly  different  from  one 
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another  at  p<0.05.     The  scores  for 
the  on  simulator  correlated  well 
with  the  scores  for  the  wheelchair 
with  a  correlation  coefficient  of 
0.766.     The  scores  for  the  behind 
simulator  were  correlated  to  those 
of  the  wheelchair  with  a 
correlation  coefficient  of  0.542. 

Discussion 

Many  subjects  reported  anecdotal ly 
that  the  simulators  did  not  model 
enough  inertia.     Subjects  also  felt 
that  the  behind  simulator  was  more 
difficult  to  drive  than  the  on 
simulator.     The  significant 
difference  between  the  mean  RMS 
deviation  for  the  on  simulator  and 
the  wheelchair  may  have  been  due  to 
the  greater  inertia  of  the 
wheelchair.     Deviation  of  the 
wheelchair  from  the  course  was  more 
difficult  to  correct  because  the 
user  would  tend  to  over-correct. 
While  the  behind  simulator  had  the 
same  amount  of  simulated  inertia, 
it  was  reported  to  be  more 
difficult  to  drive  than  the 
wheelchair  because  of  its  visual 
perspective.     Although  the  mean  RMS 
deviations  were  significantly 
different,  the  mean  scores  of  the 
on  simulator  and  the  behind 
simulator  differed  from  that  of  the 
wheelchair  by  only  1.5  inches  and 
1.6  inches  respectively. 

The  maximum  deviation  scores  for 
the  on  simulator  and  the  wheelchair 
were  similar.     These  scores  were 
not  as  greatly  affected  by  inertia 
as  by  visual  perspective.  The 
behind  simulator  yielded  maximum 
deviation  scores  which  were 
significantly  larger  than  the  other 
two  devices. 

The  number  of  timfes  the  centerline 
of  the  course  was  crossed  did  not 
prove  to  be  a  sensitive  measure  of 
performance.     None  of  the 
treatments  had  any  significant 
effect  on  this  dependent  variable. 

Neither  simulator  performed 
significantly  different  from  the 
wheelchair  in  forty-five  degree 
turns.     However,  the  on  simulator 
performed  significantly  different 
from  the  wheelchair  in  sharper 
ninety  degree  turns.  This 


difference  is  thought  to  be  due  to 
the  limitations  of  the  display. 
That  is,  the  user  of  the  on 
simulator  cannot  see  the  position 
of  the  rear  wheels  with  respect  to 
the  course,  whereas  the  user  of  the 
actual  wheelchair  or  the  behind 
simulator  can  look  downward  for 
visual  reference.     The  individual 
scores  for  position  in  turns  had  a 
large  amount  of  variance.  Thus, 
the  correlations  between  scores 
obtained  from  the  simulators  and 
those  obtained  from  the  wheelchair 
were  low. 

The  mean  time  taken  to  complete  the 
course  was  similar  for  the  on 
simulator  and  the  wheelchair. 
Although  the  mean  time  taken  to 
complete  the  course  for  the  behind 
simulator  was  significantly 
different  from  the  wheelchair  at 
p<0.05,  the  actual  mean  difference 
was  only  5.6  seconds. 

Although  some  statistical 
differences  were  found  between  the 
performance  measures  obtained  from 
the  simulators  and  the  wheelchair, 
the  absolute  value  of  these 
differences  were  usually  small 
enough  to  be  considered  acceptable. 
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ABSTRACT 

A  control  interface  for  powered 
wheelchairs  has  been  designed,  that 
simplifies  the  movement  needed  to 
operate  jt  and  offers  stable  support 
for  the  user's  limb.  This  device  is 
most  often  operated  with  the  foot. 

The  device  originated  and  was 
fabricated  at  a  rehabilitation 
hospital.  It      presented  many 

characteristic  that  made  it  an 
interesting  prospect  for  broader 
commercialization. 

The  device  was  used  and  evaluated  by 
seven  cerebral  palsied  users.  A  new 
design,  based  on  the  original 
concept  and  suitable  for 
manufacturing,  was  created  in 
association  with  a  wheelchair 
company. 


INTRODUCTION 

Two  years  ago,  the  technical 
aids  department  of  this 
rehabilitation  hospital  created  an 
innovation  program  to  encourage  the 
emergence  of  new  ideas  within  a 
structured  framework.  One  of  the 
main  object  of  this  program  was  also 
to  associate  with  manufacturers  in 
the  field  to  bring  projects  with 
potential  for  commercialization, 
from  a  concept  stage  to  production. 

This  is  what  happened  with  the 
sliding  disk  control  interface  for 
powered  wheelchairs  '.  This  project 
originated  at  the  rehabilitation 
hospital.  It  was  successfully 
brought  to  term  in  collaboration 
with  a  local  wheelchair  company. 

The  sliding  disk  control 
interface  is  an  alternative  to  a 
conventional  joystick.  The  concept 
is  based  on  the  translation  of  a 
disk  in  a  single  plane  area  instead 
of  the  joystick's  handle 
displacement  in  a  spherical  area. 
The  control  is  mostly  operated  by 
foot  but  can  also  be  controlled  with 
the  upper  limbs.  The  device  is 
modular.    The  first  module  consist? 


of  the  sliding  disc  mechanism  which 
is  fixed  to  the  footplate  (or 
elsewhere  if  need  be)  .  The  other 
module  contains  the  electronic 
components,  the  on/off  and  speed 
switches  and  the  indicator  lights. 

The  disk  control  is  mainly 
aimed  at  users  presenting  ataxia  and 
athetosis,  such  as  the  cerebral 
palsied  clientele. 

The  functional  requirements  for 
the  sliding  disk  prototype  where: 

-  To  create  a  control  interface 
that  could  be  operated  with  another 
body  part  than  the  hand;  mainly  the 
foot . 

-  To  create  an  interface  that  did 
not  demand  fine  or  complex  movements 
from  the  part  of  the  user. 

-  To  offer  a  stable  support  for 
the  user's  limb. 

To  be  sturdy  enough  to 
withstand  the  forces  exerted  by  a 
user  or  blows  from  the  chair  hitting 
obstacles.  To  withstand  humidity 
and  dirt. 

-  To  be  adjustable  in  position, 
for  left  or  right  use. 

To  have  minimal  overall 
thickness  for  optimum  ground 
clearance. 

Several  prototypes  where 
conceived  and  fabricated  at  the 
rehabilitation  hospital  to  fulfill 
the  demand  of  it's  clientele. 
Prospect  of  commercial  production 
made  it  necessary  to  evaluate  the 
controls  for  an  eventual  redesign. 

EVALUATION  OF  THE  DISK  CONTROL 
INTERFACE 

The  prototypes  were  evaluated 
with  seven  users  (4  men  and  3 
women) ,  all  presenting  cerebral 
palsy  with  quadriparisia  and 
choreoathetosis  affecting  mainly  the 
upper  limbs.  Mean  age  was  of  32  (+ 
8.6)  years. 

Only  two  of  the  seven  users  had 
previously  owned  a  powered 
wheelchair  before  using  the  disk 
control.  Both  had  controlled  the 
chair  using  a  joystick,   in  one  case 
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barefooted  with  the  joystick  fitted 
to  the  footrest;  a  makeshift 
solution  at  best.  Mean  year  of  use 
for  the  device  was  of  1.9  (±  1.6) 
years . 

Set  up  and  use  of  the  disk 
control  was  similar  in  many  cases. 
Six  out  of  seven  users  operated  the 
control  with  their  foot.  Five  of 
the  seven  users  operated  the 
switches     by     hand.  All  users 

operated  the  on/off  switch  by 
themselves  but  only  3  operated  the 
speed  selector.  For  longer  rides 
the  speed  had  to  be  changed  by  a 
secondary  user. 

General  appreciation  of  the 
device  was  very  good.  Five  of  the 
seven  users  were  very  satisfied  with 
the  disk  control  they  used.  The  two 
that  where  not,  cited  reliability 
problems.  The  high  satisfaction  is 
understandable  since  many  of  these 
users  could  not  have  been 
independent  in  a  wheelchair  without 
this  device. 

The  main  disatisf  action  with 
the  device  came  from  the  lack  of 
reliability.  The  disk  control  is 
subject  to  a  lot  of  physical  abuse 
because  users  lack  coordination  but 
have  their  full  strength.  Also  the 
legrests  of  a  wheelchair  will  be  the 
first  parts  to  hit  obstacles. 
What's  more,  the  disk  control  is 
close  to  the  ground  and  is  subjected 
to  dirt,  rain  and  snow. 

COMMERCIALIZATION  OF  THE  DISK 
CONTROL 

As  the  demand  for  the  disk 
control  grew  it  became  apparent  that 
a  manufacturer  would  be  better 
suited  to  produce  it. 

Several  characteristics  of  the 
disk  control  make  commercialization 
interesting  ^.  First  and  foremost, 
this  project  was  need  driven,  a 
significant  problem  was  identified, 
as  well  as  a  specific  target 
population.  No  other  commercial 
product  readily  adresses  the  problem 
at  hand.  Functional  requirements 
were  specified.  User  evaluation  of 
the  device  was  done.  A  commercially 
sound,  standard  design  is 
foreseeable . 

What's  more,  the  rehabil itation 
hospital  and  this  manufacturer  have 
agreed   on   a    long   term  association 


for  product  development  which 
encourages  the  involvement  of  both 
parties  and  develops  a  working 
relationship.  This  association 
makes  it  possible  to  combine  the 
clinical  knowledge  of  the  clientele 
and  their  needs  with  manufacturing 
know-how. 

COMMERCIAL  VERSION 

The  disk  control  has  been 
redesigned  to  account  for  the 
inadequacies  of  the  first  prototypes 
taking  advantage  of  the  technology 
and  manufacturing  facilities 
available  to  this  company.  The 
commercial  version  stays  however 
very  close  to  the  original  concept. 

This  version  is  still  comprised 
of  two  modules.  The  switch  module 
can  come  with  toggle  switch  for  hand 
operation  or  push  button  for  foot 
operation . 

The  use  of  a  two  speed  switch 
instead  of  a  6  speed  dial  switch 
makes  it  easier  for  the  user  to 
change  speed  by  himself.  Maximum 
speed  can  be  adjusted. 

On  the  original  prototypes, 
molded  ABS  plastic  was  used  for  the 
casings  and  footplate.  The  parts  on 
the  new  design  are  all  metal. 

The  casings  are  sealed,  even 
around  the  disk  opening  to  protect 
against  the  humidity  and  dirt. 

Overall  height  of  the  disc  has 
been  reduced  from  4  1/8"  to  2  1/4", 
to  improve  ground  clearance. 

On  the  original  version  a 
fullwidth  ABS  footplate  had  rapidly 
replaced  the  standard  wheelchair 
footplates  because  it  offered  more 
room  for  the  encasing  of  the  module 
and  rigidified  the  overall  legrests 
structure.  The  new  version  also  has 
a  fullwidth  flip-up  footrest. 

Since  the  original  prototypes 
where  always  furnished  at  the 
rehabilitation  hospital, 
installation  on  the  wheelchair  had 
always  been  done  on  a  one  to  one 
basis  and  many  parts,  especially  the 
anchoring  fixtures,  switches  and 
disk  where  customized.  This  was 
possible  because  the  technical  aids 
department  had  technicians  to  do 
this  kind  of  work.  The  commercial 
version  offers  as  much  adaptability 
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especially  in  regards  to  the 
positioning  of  the  device  without 
needing  complicated  modifications. 
The  disk  module  can  be  positioned  in 
width  on  the  footplate.  Cutting  the 
footplate  cover  in  two,  to 
accomodate  the  module,  is  the  only 
customizing  that  has  to  be  done. 
Height,  depth  and  angle  positioning 
is  obtained  by  adjusting  the 
legrest. 

Although  the  disk  control  is 
mostly  used  with  the  foot,  it  has 
been  successfully  used  in  it's 
prototype  version,  as  an  elbow 
control  by  a  cerebral  palsied  user. 
It's  potential  as  a  hand  or  upper 
limb  control  is  promissing  since  it 
can  offer  characteristics  such  as 
plane  displacement  and  support  for 
the  limb,  not  found  on  a  joystick. 
Use  of  the  device  can  be  foreseeable 
with  other  clientele  such  as  quads, 
that  lack  manual  dexterity  but  still 
have  upper  arm  control. 

The  commercial  version  being 
modular,  can  still  be  customized  for 
upper  limb  use.  the  disk  can  also 
be  equipped  with  different  fixtures 
such  as  toe  block  or  elbow  cup. 


CONCLUSION 

The  new  version  of  the  sliding 
disk  control  interface  looks  very 
promissing,  offering  all  the 
functional  requirements  of  the 
original  concept.  It  fulfills  a  need 
yet  unanswered  by  other  commercially 
available  products.  The  technology 
transfer  was  successful  mainly 
because  the  project  had  been  need 
driven. 
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ABSTRACT 

For  those  who  are  unable  to  operate  a  powered 
wheelchair  using  a  physical  control  mechanism,  a 
voice  interface  offers  an  alternative  approach  to  inde- 
pendent mobility.  Vocomotion  is  a  voice  control  sys- 
tem which  gives  the  user  the  kind  of  sensitive  control 
provided  by  a  joystick,  allowing  a  wide  range  of  ad- 
justments to  the  chair's  speed  and  direction.  It  is 
constructed  from  inexpensive,  commercially  avail- 
able components  and  is  a  compact,  on-board  hard- 
ware/software device  powered  completely  by  the 
wheelchair's  normal  batteries.  For  flexibility,  the  in- 
terfaces to  both  the  wheelchair  and  the  operator  are 
designed  to  be  tailored  to  accommodate  a  particular 
wheelchair  and  a  particular  operator.  A  variety  of 
safety  features  are  an  integral  part  of  the  design. 

Key  words:  voice  interface,  natural  language  inter- 
face, human-computer  interface,  artificial  intelli- 
gence, wheeled  mobility,  personal  transportation. 

BACKGROUND 

The  Widener  Memorial  School  is  dedicated  to  the 
education  of  severely  physically-impaired  children  in 
Philadelphia.  Most  of  the  students  use  wheelchairs, 
but  not  all  of  them  can  use  them  independently.  For 
those  who  cannot  operate  a  powered  wheelchair  be- 
cause they  lack  the  strength  or  coordination  to  con- 
trol a  joystick,  a  voice-control  system,  especially  one 
which  provides  intelligent  support,  would  bring 
greater  mobility  and  independence.  Such  a  system 
would  also  be  useful  to  a  much  larger  population  be- 
yond the  Widener  School. 

Our  Anificial  Intelligence  Laboratory  has  developed 
such  a  system.  We  have  had  a  long-standing  interest 
in  computer  understanding  of  natural  language  and 
have  designed  and  implemented  several  language- 
processing  systems: 

-  a  tool  for  building  English-language  interfaces 
(1) 

-  an  English  language  understanding  system  for 
controlling  robots  (3) 

-  a  tool  for  communicating  with  the  deaf,  accept- 
ing spoken  English  as  input  and  producing  a 
video  display  of  American  Sign  Language  as 
output  (4) 

The  potential  offered  by  such  language  understand- 
ing systems  for  serving  the  physically-impaired  was 


described  at  an  earlier  RESNA  conference  (2). 
Vocomotion,  our  voice  control  system  for  pwwered 
wheelchairs,  is  one  successful  example  of  the  class 
of  operator-control  problems  discussed  in  that  paper. 

STATEMENT  OF  THE  PROBLEM 

Many  wheelchair  users  cannot  take  advantage  of  the 
independence  offered  by  powered  wheelchairs  be- 
caus''  they  cannot  control  a  joystick.  Several  alterna- 
tives have  been  tried  (e.g.,  sip-and-puff),  but  they 
have  problems  of  their  own  -  lack  of  sensitive  con- 
trol, unhygienic  interface,  etc.  Now,  with  recent  ad- 
vances in  voice  recognition  technology  and  language 
understanding  theory  from  artificial  intelligence,  to- 
gether with  the  availability  of  low-cost,  low-power- 
consumption  microprocessors,  it  is  jjossible  to  extend 
powered  v/heelchair  mobility  to  a  larger  community 
of  users.  Vocomotion  is  proof  that  it  can  be  done. 

DESIGN 

Vocomotion  is  a  stand-alone,  on-board,  intelligent 
voice  control  system  for  powered  wheelchairs.  It 
converts  verbal  utterances  into  electrical  voltages  us- 
ing: 

-  a  commercial  voice  recognition  unit  which  con- 
verts raw  speech  sounds  into  computer-readable 
text 

-  a  director  unit  with  custom-built  software  and 
hardware  which  convert  the  text  input  into  elec- 
trical output  equivalent  to  that  of  a  joystick  (see 
Fig.  I). 


sound 

voice  recognizer 

ASCn  text 

Vocomotion  director  unit 

voltages 

wheelchair's  own  cwttroUer 

Fig.  I 
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Vocomotion's  software  is  designed  to  be  independ- 
ent of  the  many  variations  possible  in  the  real  world. 
It  is  designed  for  an  abstract,  ideal  wheelchair  world 
with  interfaces  tailored  to  a  specific  wheelchair  and 
specific  user.  The  mathematical  model  representing 
this  ideal  world  is  an  augmented  transition  network 
which  regulates  permissible  state  changes.  The 
natural  language  accepted  is  mapped  by  the  intelli- 
gent software  to  a  fixed  set  of  model  command  cate- 
gories which  correspond  to  a  set  of  "domain  action 
primitives"  described  by  Amori  in  his  discussion  of 
task-oriented  discourse  (3).  The  interfaces  to  a  spe- 
cific wheelchair  and  a  specific  user  are  contained  in 
the  Wheelchair  Profile  and  User  Profile,  respec- 
tively. 

IMPLEMENTATION 

Hardware:  The  microphone  is  Audio-Technica's 
ATS  10,  and  voice  recognition  is  handled  by  Voice 
Connexion's  Micro  Introvoice  product.  The  text 
output  from  the  recognizer  is  processed  by  custom- 
designed  software  which  runs  on  a  Micromint  RTC- 
V25  microprocessor.  Additionally,  several  small 
custom  circuits  were  designed  to  integrate 
Vocomotion  into  the  wheelchair.  The  wheelchair 
used  for  the  prototype  is  the  Invacare  Arrow  XPR. 
An  EEPROM  is  used  to  store  profile  information 
about  the  specific  wheelchair  and  the  specific  user. 
All  components  are  resident  on  the  wheelchair  and 
use  the  chair's  normal  batteries. 

Software:  The  custom  software  is  about  6,(XX)  ex- 
ecutable lines  of  'C  code. 

Costs:  The  wheelchair  was  donated;  the  cost  of  the 
Micromint  boards  and  Voice  Connexion  product 
was  about  $2,150.  This  is  the  retail  cost  for  the 
hardware  and  would  certainly  be  much  lower  if 
Vocomotion  were  mass-produced. 

EVALUATION 

The  Vocomoiion  prototype  has  been  constructed  and 
has  completed  alpha  testing  at  the  University.  A 
half-dozen  users  were  trained  and  successfully  oper- 
ated the  system  during  this  period.  Beta  testing  is 
now  underway  at  the  Widener  Memorial  School  in 
Philadelphia,  where  physically-impaired  children 
are  being  trained  to  use  the  system  under  the  guid- 
ance of  staff  therapists.  Preluninary  results  are  very 
favorable  -  the  operators  arc  quite  pleased  with  its 
performance. 

DISCUSSION 

Many  of  the  powerf"!  features  of  Vocomotion  can 


be  illustrated  by  organizing  our  discussion  around 
the  issues  of  flexibility  and  safety. 

One  of  the  critical  features  in  the  system's  design  is 
flexibility.  To  illustrate: 

-  The  user  interface  can  be  tailored  to  the  indi- 
vidual operator.  Parameters  such  as  base  Sf)eed 
and  maximum  speed  can  be  set  and  later  re-set 
according  to  the  operator's  maturity,  physical 
condition,  and  experience  with  the  system. 

-  The  interface  to  the  wheelchair  can  be  tailored 
to  a  specific  wheelchair. 

-  The  operator  is  able  to  make  both  gross  and 
fine  adjustments  to  the  chair's  speed  and  direc- 
tion. For  example,  a  command  like  "Go  fast" 
will  accelerate  the  chair  to  full  speed,  whereas 
a  command  like  "A  little  faster"  will  cause  only 
a  slight  acceleration.  Similarly,  "Turn  left" 
will  produce  a  sharp  turn,  whereas  "a  little  left" 
will  produce  only  a  slight  veering. 

-  The  operator  need  not  be  explicit  about  both 
speed  and  direction  -  the  system  will  fill  in  the 
missing  information.  If  the  speed  is  not  speci- 
fied, the  chair  will  either  maintain  its  current 
speed  or,  if  it  is  standing  still,  will  use  the  pre- 
set base  speed.  If  the  direction  is  not  specified, 
the  chair  will  either  maintain  its  current  direc- 
tion or,  if  it  is  standing  still,  will  move  in  a  for- 
ward direction. 

-  The  operator  is  not  limited  to  a  single  way  of 
expressing  a  command  -  he  can  use  a  number 
of  different  phrases  to  express  the  same 
thought.  For  example,  the  phrases  "Faster",  "A 
little  faster",  and  "Speed  up"  will  all  have  the 
same  effect  on  the  chair's  velocity. 

-  The  operator's  speech  need  not  be  clear  to  hu- 
man listeners,  as  long  as  it  remains  consistent 
from  session  to  session. 

Another  important  design  consideration  was  safety. 
With  that  in  mind,  the  following  safety  features 
were  built  into  Vocomotion: 

-  The  system  responds  to  a  broad  range  of  hall 
commands. 

-  Any  command  which  is  not  recognized  by  the 
voice  recognition  unit,  including  inarticulate 
shouts,  will  bring  the  wheelchair  to  a  halt. 

•  Commands  expire  after  a  certain  time  interval, 
so  that  if  the  operator  should  become  distracted 
while  the  wheelchair  is  in  motion,  the  chair 
will  automatically  come  to  a  halt. 

-  The  operator  is  able  to  indicate  whether  the 
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chair  is  moving  within  a  confined  or  uncon- 
fined  space.  In  a  confined  space,  the  system 
shortens  the  command  expiration  time,  so  that 
even  if  the  operator  does  not  have  enough  time 
to  express  a  halt  command,  he  will  still  be  able 
to  avoid  collisions. 

-  The  unit  includes  two  emergency  shutdown 
switches,  one  accessible  to  the  operator  and  the 
other  accessible  to  bystanders. 

-  To  reduce  interference  from  background  noise, 
a  noise-canceling  microphone  is  mounted  close 
to  the  operator's  mouth  on  a  headset. 

-  To  avoid  confusion  between  normal  conversa- 
tion and  wheelchair  commands,  the  operator  is 
able  to  activate  and  de-activate  the  controller 
using  two  key  phrases. 

-  The  system  is  on  guard  for  potentially  destabi- 
lizing commands  -  for  example,  if  a  sharp  turn 
command  is  entered  while  the  wheelchair  is 
moving  quickly,  the  chair  will  automatically 
slow  down. 

CONCLUSION 

We  have  successfully  constructed  and  tested  an  in- 
telligent voice  controller  prototype.  Vocomotion  is  a 
compact,  wheelchair-resident  system  built  from 
low-cost,  commercially-available  components 
which  can  be  an  add-on  feature  to  a  variety  of  cur- 
rently available  wheelchairs.  It  features  flexible  in- 
terfaces for  both  the  wheelchair  and  the  operator  and 
exploits  artificial  intelligence  techniques  to  infer 
missing  information  and  detect  and  avoid  poten- 
tially dangerous  conditions.  This  allows 
Vocomotion  to  accept  a  wide  variety  of  English  ut- 
terances and  provide  sensitive  control  of  a  wheel- 
chair. While  designed  for  severely-disabled  chil- 
dren, it  is  applicable  to  a  much  larger  population: 
any  wheelchair  user  who  can  speak. 

I 'sing  Vocomotion.  a  wheelchair  operator  can  ma- 
neuver smoothly  and  safely  in  a  variety  of  settings  - 
angling  carefully  up  to  a  desk,  moving  quickly  down 
an  open  corridor,  threading  through  a  crowded 
room,  etc.  -  and  can  alternate  safely  between  normal 
conversation  and  wh';elchair  control  commands. 
Vocomotion  can  bring  the  experience  of  independent 
mobility  to  a  wide  population,  allowing  the 
severely-impaired  to  capitalize  on  whatever  speak- 
inp  skills  they  have. 
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ABSTRACT 

A  'smart'  wheelchair,  a  powered  wheelchair  which  will 
respond  'intelligently'  to  sensor  data,  is  tseing  developed 
to  1)  adoptively  modify  its  operating  envelope  to 
compensate  for  variations  in  the  user's  control  skills  due 
to  fatigue,  changes  in  terrain,  chair  attitude  or  chair 
loading,  to  improve  stability,  comfort  and  performance; 
2)  perform  real-time,  short-range  navigation  using 
computer  vision  for  persons  who  lack  the  necessary 
control  skills  for  a  conventional  powered  chair;  and  3)  be 
used  as  a  test  vehicle  for  the  devetopmen*.  of  chair 
stabiBty  test  and  measurement  procedures,  and  for  the 
development  of  new  chairs. 


of  powered  wheelchairs  are  difficult  to  carry  out  without 
a  human  operator.  If  using  an  anthropomorphic  test 
dummy,  it  Is  difficult  to  have  the  wheelchair  follow  a 
known  trajectory  so  as  to  induce  the  set  of  test  forces 
necessary  to  induce  the  stability-defining  tip.  With  a 
suitable  set  of  control  parameters  for  powered 
wheelchairs,  dynamic  stability  standards  may  be  further 
developed,  and  prototypes  of  new  chairs  safely  tested. 

Finally,  there  are  a  numljer  of  people  for  whom  a 
powered  wheelchair  cannot  be  prescribed  because  they 
lack  the  necessary  sensory,  control  or  cognitive  function 
for  its  safe  use.  These  people  therefore  have  little  (if 
any)  autonomous  mobility,  which  has  a  major  impact  on 
the  quality  of  their  lives. 


STATEMENT  OF  THE  PROBLEM 


cACKGROUNU 

Our  overall  goal  is  to  improve  the  safety  and 
performance  of  powered  wheelchairs.  The  incidence  of 
wheelchair  use  in  the  U.S.  is  about  3.3  per  1000 
population;  powered  chairs  (1 1)  account  for  about  28% 
of  wheelchairs  (3).  An  estimated  26,000  wheelchair- 
related  accidents,  serious  enough  to  seek  attention  at  an 
emergency  room,  occurred  in  the  United  States  in  1987 
(8),  for  a  rate  of  3.3%  of  wheelchair  users  per  year.  The 
consequences  of  such  wheelchair  accidents  may  be 
simple  sprains  and  lacerations,  but  0.2%  of  these 
accidents  are  fatal  (2,  4). 

The  rationale  for  'smart'  wheelchairs  has  been 
recognized  for  some  time  (5)  and  a  number  of  groups 
have  developed  units  with  limited  capabilities  (1,  9).  The 
state-of-the-art  has  t>een  recently  reviewed  by  Korba  (6) 
and  Nelson  (7).  At  present,  the  powered  wheelchairs 
that  are  commercially  available  are  not  capable  of 
adequately  modifying  their  operating  envelopes  on  the 
basis  of  terrain,  user  performance,  chair  loading  or  other 
external  variables.  As  a  result,  chairs  do  not  provide  the 
performance  that  they  might,  since  chair  performance 
must  be  selected  a  priori  to  handle  the  most  likely  cases, 
and  chairs  are  not  as  safe  as  they  might  be  because  the 
chair  cannot  compensate  for  the  co-occurence  of 
destabilizing  Influences. 

A  second  issue  Is  the  assessment  of  dynamic  stability  of 
current  chairs  and  new  designs.  At  present,  the 
International  Standards  Organization  (ISO)  standards  for 
the  measurement  and  reporting  of  the  dynamic  stability 


Wheelchairs  must  be  equipped  with  the  appropriate 
sensors  a.nd  computational  facilities  to  make  them 
responsive  to  both  the  user  and  the  immediate 
environment.  Force  transducers  connected  to  an 
on-board  data  acquisition  and  control  system  will  permit 
addressing  the  adaptive  control  and  test  vehicle  issues. 
An  on-board,  real-time  short-range  navigation  system  is 
required  to  permit  the  prescription  of  powered  chairs  for 
persons  previously  unable  to  handle  them. 

THE  SMART  WHEELCHAIR 

The  wheelchair  we  have  been  using  has  t>een  an  Everest 
and  Jennings  powered  chair  equipped  with  an  on-board 
6801 -based  microprocessor  for  data  acquisition  and 
control.  We  have  instrumented  it  with  four  strain  guages 
to  sense  wheel  loading  and  four  guages  to  sense  seit 
loading,  as  well  as  possessing  the  joystick  inputs  and  an 
RS-232-C  input  for  data  transfer  and  external  control 
capability.  The  microprocessor  monitors  all  strain 
guages  and  the  joystick,  both  recording  the 
neasurements  in  internal  memory  and  computing  the 
next  control  action.  Whrel  loading  and  seat  loading  data 
are  used  to  determine  the  stability  margin  of  the  chair, 
the  stiffness  of  the  user  (which  influences  the  control 
action)  and  the  terrain. 

The  short-range  navigation  system  will  consist  of  a  small 
CCD  camera  mounted  on  the  arm  of  the  chair, 
connected  to  an  on-tx)ard  computer  system  for 
processing  the  images.  The  on-tx)ard  computer  will  use 
the  optical  flow  field  to  attempt  to  find  a  safe  path 
through  the  environment.  This  will  include  Ixith  obstacle 
avoidance,  requiring  extrapolation  of  the  trajectories  of 
identified  objects  in  the  scene,  and  collision  avoidance, 
in  which  the  system  recognizes  an  Imminent  collision  and 
stops.  In  more  autonomous  systems,  the  user  will  Inform 
the  chair  of  the  eventual  destination  (the  dining  room, 
say).  Based  on  internally  stored  'world  knowledge',  the 
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chair  will  formulate  subgoals  (turn  left,  go  to  the  end  of 
the  hall,  turn  right,...).  It  will  then  proceed  to  achieve  the 
subgoals  In  sequence.  Visual  input  is  again  required  to 
perform  obstacle  and  collision  avoidance. 

PROGRESS  TO  DATE 

The  data  acquisition  system  is  ready  for  initial  trials.  At 
present,  the  sampling  rate  is  set  to  1000  samples  per 
channel  per  second.  Input  anti-aliasing  is  provided  by 
second  order  filters  with  comer  frequencies  of  20  Hz. 
Experimentation  with  and  without  the  filters  are 
necessary  to  provide  insights  as  to  the  optimal  sampling 
rate  and  fitter  corner  frequencies,  since  the  complexity  of 
the  chair  makes  analytic  determination  of  these 
frequencies  difficult. 

Development  of  suitable  control  strategies  is  proceeding. 
For  Instance,  to  avoid  tumbling  down  a  flight  of  stairs  is 
conceptually  simple;  the  chair  merely  needs  to  be 
stopped  before  reaching  the  edge  of  the  top  step. 
However,  should  the  sensors  detect  an  impending  tip- 
over  while  traversing  an  incline,  the  appropriate  response 
to  avoid  tip-over  might  be  to  steer  downhill,  but  this 
could  result  in  being  struck  by  a  passing  vehicle. 
Modifying  the  chair-occupant  configuration  or  deploying 
outriggers  might  be  a  more  appropriate  strategy. 

The  visual  guidance  system  Is  approaching  the  end  of 
the  first  phase  of  development.  A  method  for 
determining  the  velocity  field  from  identified  'Interesting 
points'  has  been  developed  and  is  at>out  to  be  evaluated 
on  a  variety  of  test  image  sequences.  Some  research 
into  high-performance  computing  structures  for  velocity 
has  been  conducted,  and  simulatk^ns  on  components  of 
one  candidate  architecture  have  been  conducted.  After 
further  assessment,  the  architecture  will  be  Implemented 
in  VLSI.  In  the  meantime,  however,  further  research  on 
the  visual  guidance  system  will  be  conducted  using 
PC-386  and  PC-486  platforms  and  an  HP-9000-720  RISC 
machine. 


WORK  TO  BE  UNDERTAKEN 

The  data  acquisition  and  control  system  will  be  installed 
on  the  wheetehair  so  that  dynamic  stability  studies  can 
commence  and  optimal  control  laws  can  be  tested.  The 
next  phase  of  the  visual  system  research  Is  to  segment 
the  optical  flow  fiokl  to  determine  the  txxjndarles  of 
objects  on  the  tmslsof  their  apparent  vekwities.  Current 
strategies  for  finding  free  paths  through  a  field  of  moving 
obstacles  will  then  be  studied  so  as  to  find  one  suitable 
for  chair  navlgatton.  The  visual  guUance  system  will 
then  be  Implemonted  In  a  combinatksn  of  VLSI  and 
software  on  a  fast,  physically  small,  conventional 
computer  platform,  so  as  to  achieve  real-time 
performance  at  minimum  cost. 

Successfully  accomplished,  we  hope  that  this  long-range 
project  will  pr ovkJe  valuable  Information  to  manufacturers, 
wheetehair  designers  and  cllntelans  Involved  in  helping 
disabled  persons  achieve  greater  Independence  and 
avokJ  serious  acckJents. 
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ABSTRACT 

Selection  of  cost  effective  product 
lines  is  critical  to  the  viability  of 
any  company  that  markets  assistive 
technology.    Since  breakdown  incidence 
of  power  mobility  systems,  a  high 
expense  category  for  the  rehabilitation 
technology  supplier  (RTS),  varies  from 
one  manufacturer  to  another,  a  study  was 
conducted  to  determine  whether  there  Is 
a  pattern  to  power  mobility  unit  re- 
pair.   Additionally,  replacement  of 
standard  tires  was  selected  to  examine 
the  issue  of  whether  third  party  payer 
funding  of  the  lowest  product  in  a 
category  is  cost  effective  over  tin.e. 

BACKGROUND 

In  the  provision  of  assistive  technology 
to  a  person  with  a  disability,  many 
members  comprise  the  decision  making 
team.    As  team  members,  the  client  and 
caregivers  often  do  not  know  the  variety 
of  equipment  that  is  available  commer- 
cially.   Many  therapist  team  members  are 
finding  that  the  effort  of  keeping 
current  with  the  various  products  of 
specific  manufacturers  has  become 
increasingly  more  difficult  in  addition 
to  the  growing  complexity  of  paperwork 
necessary  to  justify  reimbursement 
requirements  for  adaptive  equipment 
(Hansen,  1991).    To  fill  this  void  on 
the  assiative  technology  decision  making 
team,  many  clinics  are  now  likely  to 
include  at  least  one  RTS.    Rather  than 
specifying  tne  type  of  adaptive 
equipment  needed,  Margolis  (1991) 
proposes  that  the  client,  caregivers, 
and  therapists  delineate  precise  goals 
that  need  to  be  met  by  the  equipment  and 
the  RTS  provides  information  regarding 
general  types  of  technology  available. 
Added  to  this  primary  role  of  in- 
formation provision,  the  RTS  is  in  the 
position  to  offer  options,  specific 
product  specifications,  characteristics, 
and  performance  capabilities. 

While  many  of  the  team  members  work  in 
the  public  or  private  health  care 
system,  the  RTS  works  for  or  owns  a 
business  in  the  private  sector.  To 
remain  a  viable  company  in  a  competitive 
marketplace,  the  selection  of  cost 
effective  product  lines  is  critical. 


With  many  commercial  product  lines 
available  today,  the  RTS  must  make 
decisions  based  on  sound  business 
practices. 

Another  factor  added  to  the  need  for 
cogent  product  line  determination,  is 
the  increasing  sophistication  of 
reimbursement  sources.    Obligated  to 
curb  escalating  health  care  costs,  third 
party  payers  are  becoming  cognizant  of 
the  need  to  determine  the  potenticil 
behind  the  recommendations  for  the 
purchase  of  costly  durable  medical 
equipment.    In  some  states  a  growing 
trend  for  third  party  reimbursement 
sources  seems  to  be  a  move  to  fix 
ceiling  dollar  figures  on  types  of  items 
or  to  fund  the  lowest  product  in  a 
category.    The  drive  for  this  type  of 
cost  containment  often  proves  short- 
sighted and  more  expensive  over  time. 
Often  the  fixed  ceiling  amount  precludes 
devices  that  prevent  costly  surgical 
procedures  in  the  future  and  many  times 
the  lowest  priced  product  requires  more 
frequent  repair  and/or  replacement. 
With  a  more  costly  initial  charge, 
maintenance  free  items  may  actually  be 
less  expensive  over  a  period  of  time. 

In  addition  to  the  Initial  costs,  re- 
imbursement decision  makers  are  paying 
more  attention  to  failure  rates, 
breakdowns,  repair  expenses,  and  part 
costs.    Included  in  the  high  expense 
category  of  durable  medical  equipment 
are  power  mobility  systems. 

In  1989  three  RTSs  with  combined  43 
years  of  experience  in  adaptive 
equipment  formed  a  new  durable  medical 
equipment  cowpany  aimed  at  the 
rehabilitation  market  of  the  medical 
field  with  the  mission  of  bringing 
assistive  technology  options  into  the 
decision  making  process  of  the  clinical 
team;  providing  customer  satisfaction 
throughout  the  evaluation,  funding, 
equipment  delivery  and  training  phases  ; 
and  delivering  timely  service. 

OBJECTIVES 

The  primary  objective  of  the  study  was 
to  help  determine  cost  effective  product 
lines  by  ascertaining  whether  there  is  a 
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pattern  to  power  mobility  unit  breakdown 
and  also  to  see  whether  the  systems  of 
specific  manufacturers  or  certain 
mobility  types  have  higher  rates  of 
repair.    Examination  of  the  issue  of 
whether  funding  the  lowest  product  in  a 
category  is  really  cost  effective  across 
time  was  the  secondary  objective  for 
this  study.    The  need  to  repiace  stan- 
dard tires,  the  lowest  priced  item  In 
this  category,  was  investigated  to 
determine  if  maintenance  free  tires  may 
actually  be  less  expensive  over  a  period 
of  time. 

METHOD 

A  survey  was  conducted  to  determine 
whether  there  is  a  pattern  to  power 
mobility  system  repairs  and  to 
investigate  whether  the  systems  of 
specific  manufacturers  or  certain 
mobility  types  have  higher  rates  of 
breakdown.    For  each  power  mobility  unit 
brought  into  the  shop  for  repair  a 
"Power  Wheelchair  Repair  Survey," 
designed  as  an  Intake  form,  was 
completed  by  the  electronics  repair 
supervisor  during  the  interview  with  the 
user.    Six  sections  comprise  the  cross- 
sectional  survey  including  specific 
information  about  the  power  system 
(manufacturer,  type,  serial  number,  and 
age),  user's  description  of  the  problem, 
other  problems  found  during  servicing 
(if  appUcable),  length  of  time  needed 
to  complete  repairs,  retail  cost  of 
replacement  parts,  and  time  and 
materials  (if  any)  covered  by  warranty. 
A  chi-square  test  of  goodness  of  fit  was 
conducted  to  determine  if  there  were 
differences  among  the  incidence  fre- 
quencies of  repair  categories  and 
descriptive  statistics  were  utilized  for 
the  standard  tire  data. 

RESULTS 

In  the  four  months  from  July  through 
November  1991,  surveys  were  completed 
for  the  power  mobility  units  delivered 
for  repair.    Four  types  of  power 
mobility  units  (conventional,  power 
base,  three  wheeler,  and  add-on  power 
unit)  from  seven  manufacturers  were 
included  in  the  total  of  36  power 
mobility  systems  repaired  during  this 
time.    Of  the  36  power  mobility  units, 
the  repairs  showed  a  breakdown  pattern 
that  clustered  into  three  mutually 
exchxsiva,  primary  problem  areas: 
electronics,  batteries,  and  mechanical. 
The  batteries  and  electronics  categories 
are  self  explanatory  while  anything  not 
considered  electronic  nor  battory 


related  (e.g.,  tires)  was  grouped  into 
the  mechanical  category.    The  batteries 
ind  mechanical  categories  each  had  eight 
power  mobility  units  (22*  per  category 
for  a  total  of  44*)  that  required 
repairs.    Comprising  all  the  repairs 
needed  in  the  mechanical  category, 
standard  tire  replacement  on  the  eight 
power  mobility  systems  averaged 
$161.88;  the  average  age  of  the  mobility 
units  requiring  standard  tire  repair  was 
1.56  years. 

With  20  of  the  36  (56*)  power  mobility 
units  the  electronics  category  showed  a 
significantly  higher  need  for  repair 
than  either  the  batteries  or  mechanical 
categories,  chi-square  (2,  n  =  36)  = 
7.99,  p<.05.    It  should  be  noted  a  torn 
joystick  boots,  once  a  minor,  inex- 
pensive part  to  replace,  left  unrepaired 
either  directly  or  indirectly  caused  the 
more  costly  electronics  problems  in  25* 
(five  of  the  20)  of  power  mobility 
systems  in  the  electronics  category.  A 
repaJr  pattern  among  manufactors  and 
among  mobility  types  did  not  emerge  with 
this  sample  size;  however,  the  torn 
joystick  boot  that  contributed  to  sub- 
sequent, more  expensive  repairs  was 
found  on  several  Invacare  power  mobility 
systems. 

DISCUSSION 

In  the  cases  of  torn  joystick  boot,  the 
problem  moved  from  primarily  mechanical 
to  electronic  and  the  increased  numbers 
in  the  electronics  category  are  indi- 
cative of  this  repair  need.    While  the 
battery  category  would  keep  the  same 
numbers  regardless,  if  the  joystick  boot 
had  been  replaced  before  contributing  to 
futher  damage,  the  numbers  of  the  other 
categories  would  have  been  different  (an 
increase  from  eight  to  13  in  the  mech- 
anical category  and  a  decrease  from  20 
to  15  in  the  electronics  group).  The 
changes  would  have  shown  a  more  even 
distribution  among  the  categories  and  no 
statistically  significant  differences. 
It  should  be  noted  that  since  the  RTS 
owned  company  has  had  a  high  success 
rate  with  Invacare  mobility  systems  and 
has  sold  more  Invacare  power  mobility 
units,  proportionally  there  were  more 
Invacare  power  mobility  units  than 
systems  from  other  companies  in  this 
study.    However,  the  need  to  replace  the 
boot  was  found  for  that  manufacturer 
alone.    Although  the  replacement  boot 
from  Production  Research  Corporation  was 
notlceab.ly  thicker  than  the  original 
factory  boot  and  also  featured  a  wider 
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flange  at  the  base,  there  are  no  data  on 
the  success  rate  of  the  replacement 
boot.  A  simple  solution  to  the  joystick 
boot  problem  is  the  redesign  of  the 
original  product  to  eliminate  tearing 
and  prevent  subsequent  electronics 
difficulties. 

Apart  from  the  electronics  finding, 
other  studies  have  shown  similar 
results.    In  a  study  on  powered 
wheelchair  batteries  Aylor,  jsyun  and 
Kauzlarlch  (1991)  determined  that  costly 
batteries  are  being  replaced  often  in 
powered  wheelchairs.    Brubaker  U'fSb) 
found  batteries  to  be  the  component 
requiring  the  most  frequent  repadr  or 
replacement  with  the  next  highest 
problem  component  being  tires.    In  the 
current  study  with  the  costs  of  main- 
tenance free  tires  ranging  from  $65.00 
to  $110.00,  these  initially  more 
expensive  products  proved  more  cost 
effective  than  the  cheaper  standard 
tires  over  time.    Instances  such  as  this 
may  provide  third  party  reimbursement 
sources  with  the  Information  necessary 
to  make  an  Informed  decision  regarding 
cost  effective  products  over  time. 

The  36  power  mobility  unit  repairs  in 
this  study  are  preliminary  data  for  a 
larger  project.    To  collect  the  in- 
formation necessary  for  determining 
which  product  lines  to  carry,  the  RTS 
owned  business  will  continue  to  collect 
surveys. 
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ABSTRACT 

To  allow  the  individual  with  a  disability  to  achieve  greater 
independence,  the  rehabilitation  engineering  field  must  develop 
new  technology  to  integrate  separate  pieces  of  commercially- 
available  adaptive  equipment.  Specific  to  this  paper  is  the 
essential  need  to  integrate  the  use  of  an  augmentative 
communication  device  with  the  simultaneous  use  of  a  supine 
Slander.  For  the  individual  with  a  disability,  time  spent  in  a 
supine  standcr  nay  mean  time  spent  without  accessibility  to  a 
voice-  output  communication  device.  As  a  result,  this  limits 
participation  in  activities  both  in  school  and  at  home.  A 
custom  mounting  system  was  designed  for  interfacing  the 
Prenlke  Romich  Light  Talker  with  a  TherAdapt  supine 
stander. 

BACKGROUND 

At  present,  commercially  available  mounting  systems  for 
augmentative  /  alternative  communication  (AAQ  devices  exist 
only  for  wheelchairs  and  stable,  level  surfaces  such  as 
tabletops.  Persons  with  severe  physical  disabilities  frequently 
require  alternate  positions  throughout  the  day  to  maintain 
optimal  physiological  function  and  integrity.  These  alternate 
positions  often  take  the  individual  out  of  the  wheelchair  or 
away  from  the  level  surface  on  which  he  or  she  is  accustomed 
to  working.  For  example,  the  person  might  spend  time  in  a 
supine  stander,  prone  stander,  side  lyers,  or  in  bed.  In  these 
cases,  the  lack  of  commercially-available  mounting  systems 
for  AAC  devices  forces  the  individual  to  rely  on  another 
communication  method.  The  individual  may  become 
dependent  upon  others  to  interpret  yes/no  responses  or  to  read 
a  manual  comtnunicalion  board. 

It  is  essential  for  the  individual  with  a  disability  to  be  able  to 
communicate  in  all  environments.  Communication  allows  an 
individual  with  disabilities  to  participate  and  to  be  included  in 
all  activities.  Research  has  shown  that  factors  determining 
successful  use  of  technology  (e.g.,  AAC  devices)  include  not 
only  meeting  the  individual's  need  for  independence,  but  also 
that  the  device  be  easily  accessible  and  easy  to  use ' .  The 
aesthetics  of  the  technology  is  an  additional  factor.  These 
critical  factors  must  be  addressed  in  the  design  and 
development  process  of  new  adaptive  equipment 

J.J.  is  a  bright,  interactive  seven  year  old  with  spastic 
quadriplegia  cerebral  palsy.  He  is  mainsueamed  at  public 
school  with  the  support  of  the  Physical  Health  Impaired  staff. 
JJ.  communicates  using  the  PRC  Light  Talker  which  is 
mounted  to  his  wheelchair  with  the  PRC  Wheelchair 
Mounting  Kit.  He  uses  32  row-column  scanning  with  a 
single  switch  input  mounted  to  his  head  support.  J.J.  tends 
to  tilt  his  head  to  the  right  and  can  maintain  neutral  position 
for  short  periods  of  time  during  motivating  activities. 

J.J.  uses  a  variety  of  adaptive  equipment  both  at  home  and  at 
school,  and  his  positioning  changes  many  times  throughout 
the  day.  His  daily  school  routine  often  includes  alternating 
two  hour  periods  of  time  spent  in  his  chair  and  time  spent  in 


his  supine  stander.  His  Light  Talker  must  be  accessible  to 
him  in  both  situations  to  be  included  in  all  activities. 

DESIGN  CRITERIA 

JJ.  and  his  family  came  to  the  Assistive  Technology  Unit 
(ATU)  seeking  a  way  in  which  to  mount  both  his  Light 
Talker  and  his  single  switch  (TASH  treadle)  to  his  TherAdapt 
supine  stander.  The  family  explained  that  the  slander  wouW  be 
used  in  both  school  and  home  settings  and  the  mount  would 
need  to  address  four  main  issues. 

•  The  family  did  not  want  the  device  to  be  mounted 
directly  on  the  laptray  surface  as  this  would  minimize 
J  J.'s  available  worlcing  space.  It  was  also  essential 
to  his  ability  to  properly  scan  as  well  as  to  activate  a 
head  controlled  input  switch  that  the  Light  Talker  be 
mounted  in  line  with  J  J.'s  eye  gaze. 

•  The  mount  should  be  easily  transfcrrable  from 
JJ.'s  wheelchair  to  the  stander  without  having  to 
readjust  the  height  and  angle  of  the  devKe  each  time. 
J  J.  is  often  repositioned  by  therapists,  school 
teachers,  and  family  members.  Therefore,  easy 
consistent  transfer  of  the  device  was  essential. 

•  For  safety  reasons  and  case  in  transportability,  the 
mount  should  be  attached  directly  to  the  stander  firame 
as  opposed  to  a  mount  that  would  stand  independently 
near  the  standing  frame.  JJ.  is  mainsueamed  at 
school  and  to  avoid  potential  injury' to  a  passerby  or 
to  the  device  itself,  it  was  essential  that  the  mount  be 
a  stationary  part  of  the  standing  frame.  The  same 
reasons  applied  at  home  as  JJ.  has  two  younger 
siblings. 

•  The  head  support  and  positioning  of  the  treadle 
switch  needed  to  be  customized.  The  current  support 
offered  by  the  standing  frame  consisted  of  a  flat, 
padded  insert  that  extended  from  the  top  of  JJ.'s  head 
to  his  buttocks.  An  additional  pad  was  placed 
perpendicular  to  this  pad  on  the  right  side  offering 
essential  lateral  head  support  JJ.  required  a  head 
support  /  switch  mount  that  offered  a  point  of  rest 
without  switch  activation. 


RATIONALE 

The  application  of  technology,  from  the  rehabilitation 
engineering  perspective,  is  analogous  with  the  pyramid  model 
presented  by  Richard  Dodds^.  The  bottom  layer  includes  the 
application  of  commercially-available  devices  that  directly 
meet  the  individual's  needs.  The  middle  layer  includes  those 
commercially-available  devices  that,  after  undergoing 
adaptation,  meet  the  individual's  needs.  The  top  and  flnal  layer 
includes  the  custom  design  and  fabrication  of  devices  to  best 
meet  an  individual's  needs.  Although  custom-design  may  be 
the  least  cost  effective  and  most  time-consuming  option,  it 
may  be  the  only  choice  available  in  trying  to  provide  a 


RESNA  International '92  •  June  6-11,  1992  429 


444 


AAC  MOUNTING  SYSTEM 


solution.  For  J  J.,  a  custom-designed  and  fabricated  solution, 
using  as  many  commercially-available  components  as 
possible,  seemed  to  be  the  most  appropriate  method. 

DESIGN  AND  FABRICATION 

The  design  for  the  custom  mount  incorporated  the  criteria 
given  by  the  family  with  emphasis  on  structural  stability. 
The  Light  Talker,  mounted  to  J  J.'s  wheelchair,  was  to  remain 
attached  to  the  existing  mounting  pole  (stainless  steel  pipe 
3/4"  ID,  7/8"  OD)  along  with  the  existing  shaft  collar  having 
a  receptacle  slot  (3/8"  x  1/4"  x  1/4")  to  secure  the  pole  to  its 
mounting  bracket  The  receptacle  bracket  for  the  stander  was 
fabricated  as  follows:  (See  figures  1,  2,  and  3)  Note  that 
tubing  lengths  specified  below  were  spccific  to  the  needs  of 
the  client 


The  upper  end  of  the  32"  tubing  was  fit  with 
an  adapted  two  piece  stainless  steel  shaft 
collar  (1"  ID,  1-3/4"  OD).  ThecoUar 
contained  a  protrusion  that  was  compatible 
to  the  receptacle  on  the  original  shaft  collar 
(of  the  original  PRC  mount).  This  locked 
the  pole-mounted  device  in  place.  The 
protnision  was  made  by  drilling  and  tapping 
the  receptacle  collar  and  inserting  a  10-24 
round  head  machine  screw. 

Cylindrical  foam  insulation  was  installed 
over  all  exposed  tubing  sections  for 
protective  and  safety  purposes. 


Three  sections  of  stainless  steel  tubing  (7/8" 
ID,  1"  OD)  in  lengths  4-3/4",  13-1/2"  and 
32"  were  joined  using  aluminum  stnictural 
slip-on  fittings. 

Two  rectangular  floor  flange  fittings  (1"  ID, 
1  -5/1 6"  OD)  were  attached  to  the  base  of  the 
stander  at  4-1/2"  and  10-1/2",  respectively 
from  the  front  edge  of  the  base,  using  round 
head  machine  screws,  washers,  and  T-nuts. 

The  4-3/4"  tubing  was  inserted  into  the 
flange  at  the  10-1/2"  mark.  The  13-1/2" 
tubing  was  inserted  into  the  flange  at  the  4- 
1/2"  mark.  A  spxer  of  galvanized  steel  pipe 
(r  ID,  1-1/4  "  OD)  was  necessary  to  secure 
the  fittings. 

Two  adjustable  T-fittings  (  1"  ID,  1-5/16" 
OD)  were  attached  to  the  32"  length  pipe  at 
approximately  7"  and  19-1/2"  heights  with 
the  above  noted  spacers.  The  T-fitting  at  the 
7"  height  was  attached  to  the  4-3/4"  tubing. 
The  T-fitting  at  the  19-1/2"  height  was 
attached  to  the  13-1/2"  tubing. 

An  plastic  end  cap  was  added  to  the  lower 
end  of  the  32"  tubing  to  protect  floor 
surfaces  from  scratches. 


FIGURE  2 


FIGURE  1 


FIGURE  3 


430  RESNA  Internationar92  •  June  6-11,  1992 

o  44L) 


ERJC 


AAC  MOUNTING  SYSTEM 


In  addition  lo  the  device  receptacle,  a  head  suppoit  /  switch 
mount  was  designed.  A  sinall  commercially-available  occipital 
angle  bar  was  attached  to  the  anterior  surface  of  the  slander 
with  a  90°  tube  slide  bracket  and  knurled  knob.  A  kydex 
switch  mounting  plate  (2-1/4"  x  2-1/4"  x  1/4")  was  attached  to 
the  occipital  bar  beneath  the  foam  liner  using  a  standard  hose 
clamp  (see  figure  4). 


FIGURE  4 


SUPPLIERS 

McMaster-Can  Supply  Company 

P.O.  Box  4355 

Chicago.  IL  606804355 

(708)  833-0300 

Item  IlSOLa 
Rectangular  flange  fitting  4698T2 
Adjustable  T-fitUng  4698T97 
Two-piece  shaft  collar  6436K38 

Metalcraft  Industries,  Ine. 

399  N.  Burr  Oak  Ave. 

Oregon,  WI  53575 

(608)  835-3232 

Item  Iwm  t* 

Occipital  angle  bar  1 63 1  -2 1 

90°  tube  slide  bracket  1107 
Knurled  knob  3551 

Hardware  store 
Tubing 

Galvanized  Steel  Pipe 
Chair  Leg  Rubber  Tip 
Cylindrical  Foam  Insulation 
Hose  Clamp 


DISCUSSION 

The  final  fitting  and  adjustments  to  the  system  were  made  at 
the  time  of  delivery.  The  optimal  angle  and  height  of  the 
device  were  determined  and  the  mount  angles  locked  in  place 
using  the  set  screws  of  the  structural  fittings.  The  total  cost 
of  the  materials  involved  for  the  device  receptacle  mount  was 
approximately  S35,  and  for  the  head  support  approximately 
S70.  The  entire  adaptation  was  performed  in  approximately  2- 
3  hours. 

As  a  result  of  this  mounting  system,  J  J.  is  now  able  to  use 
his  Light  Talker  throughout  the  school  day  regardless  of  his 
position.  Time  in  his  supine  stander  no  longer  means  time 
unable  to  access  his  voice-output  communication  device.  He 
is  now  able  to  alternate  positions  throughout  the  day  while 
maintaining  independent  communication. 
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ABSTRACT 

Amyotrophic  Lateral  Sclerosis  (ALS) 
is  a  progressive  degenerative 
disease  of  unknown  etiology 
involving  the  motor  neurons  of  both 
the  brain  and  spinal  cord.  As  many 
as  75  percent  of  ALS  patients  are 
unable  to  speak  at  the  time  of  their 
death.  Providing  expedient 

communication  augmentation  services 
to  a  population  whose  communication 
needs  can  change  rapidly  and 
frequently  is  a  clinical  challenge. 
One  way  of  successfully  meeting  the 
ALS  population  communication  needs 
is  the  creation  of  a  Lending  Library 
of  Communication  Equipment.  Five 
years  of  experience  with  such  a 
library  v;ill  be  described. 

BACKGROUND 

ALS  is  a  terminal  progressive 
degenerative  disease  involving  the 
iT;otor  neurons  of  both  the  brain  and 
spinal  cord  while  cognition  and 
language  remain  intact. 

Neuropathology  suggests  simple 
atrophy,  shrinkage  and  cell  loss. 
The  average  world-wide  incidence  of 
ALS  ranges  between  0.4  and  1.8  per 
100, 000  with  prevalence  between  4 
and  6  per  100,000.  Mean  age  of 
onset  is  56  years  with  a  male  to 
female  ratio  of  2:1.  Speech 
characteristics  vary  depending  upon 
the  course  of  the  disorder.  if 
initial  symptoms  involve  the  bulbar 
nerves,  motor  speech  and  swallowing 
disorders  may  occur  precipitously. 
If  spinal  symptoms  occur  first, 
speech  symptoms  will  occur  later  in 
the      disorder.  Sitver  and 

Kraat(1982)  reported  use  of 
augmentative  communication  by  40 
patients  with  ALS.  Average  time 
post-onset  when  augmentative 
communication  was  needed  was  3  years 
(range  6  months  to  10  years  +  )  .  One 
third  of  these  patients  used  systems 
for  more  than  2  years.  in  a  recent 
survey  of  individuals  with  ALS,  half 
reported  that  they  wished  to  have 
more  information  about  communication 
systems   (Si Iverstein,   et .   al,  1991). 


OBJECTIVF. 

Previous  experience  with  these 
patients  has  indicated  that  the 
usual  procedure  of  seeking  funding 
for  communication  equipment  from 
insurance  companies  or  Medicaid  and 
ordering  from  companies  was  too 
slow.  By  the  time  the  patient 
receives  the  new  equipment,  they  may 
be  unable  to  use  it.  The  objective 
of  this  abstract  is  to  describe  the 
ALS  Support  Services  Lending  Library 
of  Communication  Equipment,  the 
people  who  are  referred,  the 
operation  of  the  library  and  its 
success . 

APPRO/' CH 

The  ALS  Support  Services  Lending 
Library  of  Communication  Equipment 
began  in  1988.  Funding  of  the 
equipment  was  procured  by  ALS 
Support  Services  of  Washington,  a 
group  providing  information  and 
support  regarding  ALS.  They 
obtained  an  initial  grant  in  1988  of 
$25,000  for  purchase  of  equipment. 
Since  then,  they  have  also  provided 
$10,000  for  more  equipment.  All 
equipment  has  been  purchased  by  and 
housed  in  our  hospital's 
Augmentative  Communication  Center. 
The  lending  library  was  organized  to 
be  accessible  to  any  ALS  patient  in 
the  state  of  Washington  free  of 
charge  and  would  require  a 
communication  evaluation  by  a  local 
speech  pathologist  or  the  speech 
pathologist  in  the  hospital's 
Augmentative  Communication  Center. 
An  ALS  workshop,  provided  by  our 
hospital  in  February  1988,  helped  to 
establish  the  lending  library. 
Forty  people  from  across  the  state 
attended  the  all  day  workshop.  Most 
participants  were  speech 
patholog Lsts  .  Procedures  for  a 
communication  evaluation  and  for 
obtaining  equipment  were  explained. 

Since  that  workshop,  the  lending 
libiary  has  received  referrals  from 
the  Neuromuscular  Speech  and 
Swallowing  Disorders  Clinic  al  the 
hospital,    the  ALS  Support  Services, 
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MDA,  speech  pathologists  and  family 
oi  friends  of  the  patient.  ALS 
patients  in  the  Neuromuscular  Speech 
and  Swallowing  Disorders  Clinic  are 
rated  on  functional  motor  scales. 
The  speech  scale  is  from  1- 
nonspeaking  to  10-  normal  speech. 
Generally  at  level  4  patients  become 
concerned  enough  to  request  an 
augmentative  communication 
evaluation.  The  scale  scores  for 
uoper  and  lower  extremity  function 
for  105  visits  for  ALS  patients  with 
level  4  speech  is  highly  variable 
Some  considered  motor  functioning  of 
their  extremities  within  normal 
range  while  others  considered  both 
upper  and  lower  extremities  severely 
impaired.  Thus  a  wide  variety  of 
communication  equipment  is  needed  to 
meet  these  motor  needs. 

General  guidelines  of  the  evaluation 
include  an  initial  session  of 
approximately  one  hour  which  is 
primarily  informational. 
Communication  strategies  and 
equipment  that  might  be  immediately 
appropriate  are  discussed  as  well  as 
a  brief  review  of  other  equipment 
that  might  want  to  be  considered  at 
a  later  date.  As  appropriate, 
occupational  therapy  also  assists  to 
determine  appropriate  accessing 
methods . 

The  library  encompasses  a  wide 
variety  of  devices  which  can  be 
categorized  according  to  the  general 
function  they  perform.  There  has 
consistently  been  a  high  demand  for 
attention-getting  systems  such  as 
simple  buzzers  and/or  nursery 
monitors.  The  library  also  includes 
speech  enhancers  such  as  a  voice 
amplifier,  loop  tapes  for  use  on  the 
telephone  and  alphabet  boards  to 
supplement  speech  with  the  patient 
pointing  to  the  first  letter  of  each 
spoken  word.  In  addition,  there  is 
written  output  capability  with 
several  Canon  communicators,  Casios 
and  Sharp  Memowriters.  High  tech 
equipment  with  speech  and  printed 
output  include  Words+  systems, 
LightTalker  and  Real  Voice. 
Miscellaneous    equipment  includes 


headlights,  eye  gaze  boards, 
switches,  cables,  ribbons,  paper 
supplies  and  a  miscellaneous  fund  is 
designated  for  repairs  and  supplies. 

Since  1988,  53  people  have  completed 
loan  agreement  forms  indicating  they 
have  borrowed  the  equipment.  Of 
those,  39  devices  have  been  returned 
and  14  are  still  checked  out.  Length 
of  time  equipment  is  checked  out  is 
highly  variable  with  some  patients 
changing  equipment  during  the 
progression  of  the  disease.  The 
average  time  with  the  same  piece  of 
equipment  was  six  months  or  less. 
One  patient  continues  to  use  daily 
the  same  system  he  started  using  in 
February,  1988.  Patients  from  all 
corners  of  the  state  have  borrowed 
the  equipment . 

Problems  remain  such  as  not  having 
enough  of  the  specific  type  of 
equipment  patients  are  requesting 
and  patients  not  being  aware  of  the 
lending  library.  Thus,  we  are 
continuing  to  seek  additional 
equipment  and  encouraging  doctors 
and  speech  pathologists  to  refer 
patients  to  the  ALS  Support  Services 
Lending  Library  of  Communication 
Equipment . 
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Abstract 


An 


eight  year-old  boy  with  very 
severe  congenital  defects  wao 
evaluated  for  equipment  that  will 
facilitate  development  of 
communication  and  environmental 
control  capabilities  and  improve 
postural  positioning.  A  means  for 
eliciting  environmental  control  and  a 
precursor  for  developing 
communication  was  identified.  A 
postural  positioning  approach  wac 
specified  and  a  comprehensive  report 
and  budgeting  estimate  were  submitted 
for  approval. 

Background 

T.D.  is  a  deaf,  blind,  mute  and  non- 
ambulatory eight  year-old  boy.  He 
likes  to  be  touched  and  he  enjoys 
being  handled  and  cuddled  by  his 
loving  parents.  He  can  hold  and  suck 
a  bottle  with  bifurcated  handles 
using. his  polydactyl  hands.  He  likes 
motion  of  a  car  or  buggy  and  he 
particularly  likes  the  harmonic 
motion  of  a  swing.  A  homebound 
education  program  is  provided  by  the 
local  district,  but  progress  is  slow. 


T.D.  Has  Good  Head  Control 


One  member  of  the  habilitation  team 
visited  the  client  in  his  home  to 
become  acquainted  with  the  fcimily  and 
to  make  a  cursory  evaluation.  The 
team  reviewed  a  medical  study 
conducted  by  a  geneticist  and 
radiologist  and  others  when  the 
client  was  an  infant.  This  study, 
entitled  "Clover leaf  Skull  Associated 
with  Unusual  Skeletal  Anomalies" 
identified  many  skeletal  anomalies 
(1).  Brain  stem  auditory  evoked 
potentials  indicated  profound  hearing 
loss  bilaterally.  Similar  studies 
indicated  profound  blindness  in  one 
eye  and  very  low  vision  in  the  other. 
Even  at  this  age,  there  was  webbing 
over  the  popliteal  areas.  Physicians 
have  been  reluctant  to  recommend 
surgical  intervention  to  correct  any 
of  these  abnormalities. 

An  in-depth  communication  and 
environmental  control,  and  a 
positioning  evaluation  were  conducted 
at  the  rehabilitation  center. 
Participants  included  the  parents, 
special  educator,  vision  specialist, 
occupational  therapist,  physical 
therapist,  rehabilitation  technician 
and  rehabilitation  engineer.  The 
parents  provided  medical  and 
developmental  history  of  T.D.  They 
described  methods  used  in  the  home  to 
feed,  toilet,  dress,  entertain  and 
care  for  this  son.  They  also 
discussed  his  likes  and  dislikes  and 
how  he  related  to  a  younger,  non- 
disabled  brother.  They  listed 
positioning  and  communication  as  top 
priority  needs.  The  special 
educators  and  vision  specialist 
demonstrated  the  methods  routinely 
used  in  the  homebound  scimulation  and 
education  program. 

Objectives 

The  major  objectives  were,  (1) 
identify  an  approach  to  development 
of  communication  and  environmental 
control,  and,  (2)  specify  an  approach 
for  development  of  positioning, 
mobility  and  transportation  systems. 
One  of  the  prime  needs  was  to  develop 
a  plan  and  budgetary  estimate  that 
would  facilitate  acquisition  of 
medical  approval  and  submission  to  a 
suitable  funding  source. 

Approach-Communication/Environmental 
Control  Evaluation 

During  interactions  with  the  special 
educator,  vision  specialist  and  the 
father,  T.D.  used  head  nodo  to 
communicate  approval,  likes  and 
dislikes.        He    used    six    to  eight 
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consonant  vowel  and  vowel  consonant 
combinations  to  communicate  specific 
needs.  But  he  demonstrated  little 
overt  effort  to  feel  or  manipulate, 
and  thereby  to  control,  his 
environment . 


Battery  Powered  Swing 
Modified  For  Remote  Control 


In  order  to  elicit  control  activities 
by  any  communicatively  impaired 
client,  it  is  imperative  to  identify- 
something  that  they  likc-and  that 
they  will  actively  seek.  Harmonic 
motion  provided  by  a  simple  swing  was 
identified  as  that  stimulus. 
Accordingly,  a  commercially 
available,  battery  powered  swing  was 
acquired  and  modified  for  remote 
switch  control.  When  T.D.  was  placed 
in  the  swing  seat  and  provided  a 
momentary-on  switch,  he  immediately 
understood  that  he  caused  the 
swinging      action.  He  actively 

struggled  to  operate  the  switch  that 
made  the  swing  operate.  He  clearly 
expressed  displeasure  when  the  switch 
was  removed  and  the  swing  stopped. 
Later,  he  resisted  any  attempt  to 
remove  the  switch  from  .lis  grasp. 

The  client  was  presented  with  a 
second  momentary-on  switch  that 
contolled  a  vibrator.  He  clutched 
and,  thereby,  operated  the  switch  and 
received  a  vibratory  stimulus.  He 
did  not  like  this  and  attempted  to 
push  the  second  switch  away. 


T.D.  Controlled  The  Swing. 


Approach-Postural  Position  Evaluation 

T.D.  uses  an  old  Safety  Travel  Chair 
which  he  has  outgrown.  The  parents 
reported  that  it  forces  the  legs  in 
full  abduction.  His  father  reports 
that  T.D.  is  uncomfortable  with  his 
legs  in  a  neutral  position.  However, 
he  did  not  demonstrate  any  stress 
when  in  the  swing  seat  where  he  sat 
for  about  thirty  minutes.  The  client 
was  evaluated  on  the  mat  to  determine 
range  of  motion,  muscle  tone  and 
movement  patterns. 


T.D.  Is  Uncomfortable  With  Legs  In 
Neutral  Position. 
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T.D.  Rejected  Vibrator  Stimulus 


Results  -  Communication/Environmental 
Control  Evaluation. 

It  is  clear  that  continuation  of 
speech- language  therapy  is  justified. 
T.D.  demonstrated  an  understanding  of 
cause-and-ef feet  and  eagerness  to 
initiate  harmonic  motion  stimuli 
generated  by  the  battery  powered 
swing.  He  demonstrated  the  ability 
to  neelt  and  operate  momentary-on 
switches.  Therefore,       it  was 

recommendnd  that  various  types  of 
switches  and  switch  mounting  methods 
be  utilized  in  controlling  audio, 
light,  vibratory  and  animated 
devices.  This  could  be  done  in  a 
systematic  manner  within  the 
homebound  education  program  under 
supervision  of  communications 
special ist . 

Results  -  Postural  Positioning 
Evaluation 

A  tilt-in-space  wheelchair  and  a 
custom-contoured  Beadseat  seat  and 
back  were  recommended.  It  may  be 
necessary  to  fabricate  and  mount  a 
frame  for  an  integrated  seat  and  back 
rather  than  using  discrete  seat  and 
back  modules. 

A  Columbia  car  seat  was  recommended 
for  use  when  transporting  T.D.  by 
automobile.  A  walker  or  prone 
scooter,  to  bo  selected  later,  was 
included  in  the  budgetary  estimate. 


Severe  Hebbing  in  Popliteal  Area 
Discussion 

h  comprehensive  letter  addressed  to 
the  referring  physician  and  the 
school  district  administrator,  was 
prepared  and  submitted.  This 
included  captioned  photographs, 
description  of  the  wheelchair  and 
other  equipment  and  cost  breakdown. 
This  will  be  submitted  to  a  suitable 
funding  source.  Dr.  B.  Say,  the 
geneticist  who  conducted  the  medical 
study  for  this  client,  will 
collaborate  with  the  principal  author 
to  follow  and  document  progress  in 
the  habilitation  of  this  child. 
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ABSTRACT 

Custom  lap  trays  have  beeii  fabricated  by  an  adaptive 
equipment  designer/fabricator  working  with  the  profes- 
sional suff  with  in  a  clinical  setting.  These  custom  trays 
were  necessary  because  the  commercially  available 
AAC  device  mounts  were  not  adequately  meeting  the 
needs  of  many  individuals  seen  within  this  clinical  set- 
ting. During  the  course  of  designing  and  fabricating 
many  different  custom  tray  systems  it  became  apparent 
there  were  some  standard  features  that  most  of  the  trays 
had.  These  features  were  analyzed  and  several  proto- 
type trays  were  made  that  embodied  the  results  of  the 
analysis.  As  time,  testing  and  trial  evaluation  progressed, 
a  tray  system  emerged  that  clamped  on  the  wheelchair's 
frame.  This  proved  to  be  the  most  versatile  method  for 
mounting  the  AAC  devices. 


INTRODUCTION 

This  tray  system  evolved  because  the  commercially 
available  AAC  device  mounting  options  were  generally 
inadequate  for  the  non-speaking  AAC  device  users 
seen  In  the  clinical  setting.  The  shortcomings  of  the 
commercially  available  mounting  systems  were  as  fol- 
lows: 

*  Failure  to  provide  a  surface  for  the  user's  forearm 
support,  a  prerequisite  for  efficient  physical  access  to 
the  keyboard. 

*  Limited  ability  to  use  the  mounting  system  for  activities 
other  than  communicating. 

*  Limited  interchangeability  of  the  mounting  system 
tjetween  user's  multiple  wheelchairs. 

*  Limited  ability  to  properly  position  the  AAC  device  to 
satisfy  each  users  physical  and  visual  requirements. 

*  Failure  io  provide  adequate  protection  for  the  AAC 
device  from  moisture,  impacts  and  other  potential 
hazards. 

*  Limited  versatility  of  clamp  which  secures  the  AAC 
device  mount  to  the  wheelchairframe.  The  custom  tray 
systems  were  built  in  response  to  the  individual  needs 
of  the  non-speaking  AAC  device  users  seen  by  the 
center. 


About  two  years  after  the  first  custom  trays  were  built  it 
was  proposed  that  an  attempt  be  made  to  develop  and 
get  manufactured  a  tray  system  that  embodied  the 
solutions  to  the  problems  with  the  commercial  AAC 
device  mounts.  The  various  custom  tray  systems  that 
had  been  built  over  the  last  two  year:^  addressed  most 
of  these  problems,  so  this  provided  a  starting  point  for  a 
production  tray.  Aside  from  addressing  the  aforemen- 
tioned problems  the  production  tray  system  needed  to 
be  reasonably  easy  to  make,  be  compatible  with  abroad 
range  of  wheelchairs  and  accommodate  a  number  of 
AAC  devices.  After  a  year  and  several  prototypes  the 
production  prototype  was  completed.  The  development 
of  the  production  tray  system  appears  to  have  been 
successful  and  it  is  the  design  of  that  tray  system  that  will 
be  discussed  next,  (figure  1 )  As  a  note,  getting  the  tray 
system  manufactured  has  to  date  been  unsuccessful, 
but  that  is  an  other  story. 


Mgure  1 


438 


ERIC 


RESN A  International '92  •  June  6-11,  1992 

453 


FLUSH  MOUNTED  TRAY  SYSTEM 


Figure  2 

DESCRIPTION  OF  THE  DESIGN 

In  essence  the  production  tray  system  consists  of  a 
rectangular  flat  tray  surface  24"  x  26"  made  from  1/4" 
phenolic  which  has  a  shallow  stomach  cut  out  in  it  and  a 
rectangular  cutout  In  it  approximately  the  size  of  the  AAC 
device  that  will  be  used  with  it.  Attached  to  the  tray 
surface  Is  a  cover  that  Is  hinged  at  the  forward  edge  of  the 
cutout forthe  AAc  device  receptacle  and  is  the  same  size 
as  the  cutout.  Belted  to  the  underside  of  the  tray  surface 
is  an  aluminum  frame  that  supports  a  receptacle  made 
from  vaoium  formed  1/4"  A.B.S.  plastic.  In  the  recep- 
tacle is  placed  the  ACC  device. 
Thereceptacle  pivots  up  through  the 
tray  surface  by  means  of  a  pivot  point 
formed  by  a  hole  in  the  aluminum  frame 
through  which  a  steel  tube  goes  and  is 
clamped  to  the  back  of  the  receptacle. 
A  handle  is  attached  to  the  end  of  the 
tut>e.  This  handle  Is  used  to  raise  the 
receptacle  up  and  down.  The  handle  Is 
part  of  an  adjustable  latching  mecha- 
nism that  allows  the  receptacle  to  be 
angled  from  0  to  45  degrees,  (see  fig- 
ures 2  &  3)  Also  attached  to  the  alumi- 
num frame  Is  a  clamp  that  holds  a  7/8" 
diameter  tube  with  a  90  degree  bend  in 
it.  This  is  the  tube  that  holds  the  tray  to 
the  wheelchair.  The  end  of  the  tube  fits 
Into  a  socket  that  is  twited  to  the  wheel- 
chair frame. 


'  This  socket  allows  the  tut>e  with  the  tray 
on  it  to  t>e  swung  out  to  the  side  so  that 
the 

wheelchair  user  can  transfer  In  and  out 
of  the 

wheelchair,  The  socket  is  made  so  that 
it  can 

clamp  on  to  7/8"  or  1 "  diameter  frame 
tubing,  additionally  the  socket  allows 
the  [ube  with  the  tray  on  It  to  be  tilted 
forward  and  back. 

FEATURES  OF  THE  DESIGN 

In  this  section  the  more  important  fea- 
tures of  the  tray  system's  design  will  be 
discussed.  The  tray  system  can  be  eas- 
ily moved  from  one  wheelchair  to  an- 
otherwheelchalrthat  has  asocketon  it. 
This  feature  allows  a  user  with  two  wheelchairs  to  use 
their  tray  system  on  both  wheelchairs.  This  is  accom- 
plished by  lifting  the  tube  with  the  tray  on  It  out  of  the 
socket  on  one  wheelchair  and  placing  it  in  the  socket  on 
the  other  wheelchair.  The  AAC  device  is  protected  from 
moisture  by  the  vacuum  formed  receptacle  and  the  cover 
in  the  tray  surface.  Protection  from  impact  Is  provided  by 
the  tray  surface,  frame  and  tube  that  the  tray  is  clamped 
to.  In  order  to  give  the  user  a  tetter  viewing  /  keyboard 
angle  the  AAC  device  in  the  receptacle  can  t>e  angled 
separately  from  the  tray  surface.  The  angle  that  the  AAC 
device  comes  up  to  can  be  set  by  the  user  by  means  of 
the  adjustable  latching  mechanism.  Once  the  angle  has 
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been  set  the 

AAC  device  will  repeatedly  come  up  to  that  angle.  To 
deploy  the  AAC  device  the  user  pulls  back  on  the 
handle.  This  brings  the  AAC  device  up  to  the  pre-set 
angle  and  locks  it  there.  As  the  receptacle  with  the  AAC 
device  in  it  comes  up  from  from  being  flush  with  the  tray 
surface  it  pushes  on  a  cam  which  opens  the  cover. 
When  the  user  is  done  using  the  AAC  device  or  wants 
an  unlntemjpted  tray  surface  they  can  push  the  handle 
to  the  side  which  lets  the  receptacle  twck  down  below 
the  tray  surface.  The  cover  is  then  closed  by  pulling  a  tab 
on  the  cam  that  opened  the  tray.  Once  the  cover  is  back 
down  over  the  AAC  device  It  forms  an  uninterrupted 
surface  with  the  tray.  To  provide  better  support  for  the 
user's  foreamis  and  a  more  functional  placement  of  the 
AAC  device  the  tray  system  can  be  adjusted  in  many 
ways.  The  height  of  the  tray  and  how  close  it  is  to  the 
user  is  adjusted  at  the  socket.  The  angle  of  the  tray 
surface  and  any  offset  needed  to  the  left  or  right  are 
accomplished  by  adjusting  the  damp  that  holds  the  tray 
system  to  the  bent  tube.  A  final  feature  is  that  the  socket 
and  Its  wheelchair  mounting  clamp  are  fairly  compact. 
Because  the  socket  and  damp  are  compact  there  is  a 
greater  choice  of  mounting  sites  on  the  wheelchair. 


DISCUSSION 

The  tray  system  in  its  most  current  fomi  has  met  with 
favorable  critidsm.  The  most  resent  prototypes  have 
twen  circulated  amongst  OTs,  PTs,  communication 
spedalists  and  adaptive  equipment  designers.  Their 
positive  comments  have  lead  us  to  continue  the  devel- 
opment of  the  tray  system  and  its  manufacture.  Some 
of  the  areas  of  development  that  we  plan  to  explore  are; 
fabrication  costreduction,  easier  installation  on  smaller 
wheelchairs,  receptades  designed  for  lap  top  comput- 
ers, and  automatic  cover  dosing. 
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ABSTRACT 

Eye  blink  switches  may  be  difficult  if  not  impossible  to 
operate  by  an  individual  with  locked-in  syndrome. 

It  has  been  known  for  many  years  that  vertical  eye  move- 
ments produce  electrical  potentials  that  can  be  picked  up 
by  surface  electrodes  placed  on  the  skin  near  the  eyes.  To 
our  knowledge  no  one  has  attempted  to  use  these  poten- 
tials to  control  altemative/augmeatiitive  communication 
systems  (ACS). 

This  paper  describes  a  device  we  have  designed  that 
amplifies  and  processes  these  potentials,  allowing  them  to 
control  a  variety  of  communication  devices. 

BACKGROUND 

Loss  of  the  ability  to  communicate  is  particularly  cata- 
strophic for  individuals  who  are  cognitivcly  intact  but  are 
quadriplegic  and  have  severe  speech/oral  motor  impair- 
ments. Increasingly,  technological  advances  have  made  it 
possible  for  such  individuals  to  communicate  using  ACS 
(alternative/augmentative  communication  systems).  These 
ACS  typically  capitalize  on  intact  movement  of  the  head, 
neck,  eye  or  eye  lid  (1-4).  One  type  of  device  uses  the 
interruption  of  an  infrared  beam  reflected  from  the  eye 
during  blinking  as  the  output  signal  for  controlling  an 
ACS.  Proper  switch  placement  can  be  time-consuming  and 
can  require  unusual  expertise  on  the  part  of  the  caregivers. 
These  requirements  result  in  lack  of  carryover  of  the  ACS 
into  everyday  living  (5,  6). 

STATEMENT  OF  THE  PROBLEM 

The  control  of  volitional  eye  movements  is  organized  in 
the  central  nervous  system  in  such  a  way  that  vertical 
motion  of  the  eye  can  be  preserved  despite  loss  of  volition- 
al horizontal  motion.  Lesions  of  the  brain  occasionally 
result  in  losing  control  of  all  muscles,  i.e.,  those  of  the 
extremities,  trunk,  neck  and  head,  except  for  vertical  eye 
motions. 

This  problem  was  experienced  by  a  former  patient  with 
"locked  in"  syndrome.  She  was  a  31  year  old  woman  with 
quadriplegia  and  anarthria,  status  post  resection  of  a 
cavernous  hemangioma  on  5/10/88.  Following  surgery,  the 
patient  demonstrated  only  vertical  eye  movements.  The 
patient  was  admitted  to  our  acute  rehabilitation  unit  in 
1989  and  learned  to  use  a  row/column  scanning  ACS  with 
an  infrared  eye  blink  switch.  In  4/89,  the  patient  was  dis- 
charged to  a  nursing  home.  She  experienced  multiple 
medical  complications,  including  «  left  tarsorrhaphy  and  a 
loss  of  sitting  ability.  When  the  eye  blink  switch  was  placed 
on  the  right  lens  of  her  eyeglasses,  the  patient  could  not 
see  her  ACS  clearly.  Ihc  switch  could  not  be  activated  on 


the  left.  The  loss  of  sitting  ability  precluded  proper 
positioning  to  access  the  ACS.  The  patient  was  readmitted 
to  our  rehabilitation  service  on  9/24/91.  Our  challenge  was 
to  develop  a  switch  which  would  access  an  ACS  via  vertical 
eye  movement  and  require  minimal  time  for  setup. 

RATIONALE 

Mowrer,  Ruch  and  Miller  (1936)  demonstrated  conclusive- 
ly that  the  retina  polarizes  the  eye,  the  posterior  or  retinal 
surface  of  the  eye  being  negative  with  respect  to  the 
anterior  or  corneal  surface  (7).  Motions  of  the  eye  are 
therefore  associated  with  field  effects  which  can  be  picked 
up  by  electrodes  placed  at  right  angles  to  the  axis  of  ocular 
rotation.  This  electrophysiologic  phenomenon  is  commonly 
used  for  identifying  the  sleep  state  characterized  by  rapid 
eye  movements  (REM  sleep). 

In  an  evaluation  procedure,  electrodes  were  applied  to  the 
patient  as  shown  in  Fig.  1  A  These  were  connected  to  a 
physiological  preamplifier.  The  active  electrode  which  went 
to  the  noninverting  input  was  placed  approximately  one 
centimeter  out  from  and  one  centimeter  above  the  comer 
of  right  the  eye.  The  active  electrode  which  went  to  the 
inverting  input  was  placed  approximately  one  centimeter 
out  from  and  one  centimeter  below  the  comer  of  the  right 
eye.  The  indifferent  electrode  was  placed  behind  the  right 
ear  over  the  mastoid.  The  patient  demonstrated  ability  to 
generate  reliable  signals  on  a  physiological  recorder 
monitor.  An  upward  movement  of  the  eye  produced  a 
positive  signal  and  a  downward  movement  produced  a 
negative  signal.  These  signals  were  in  the  50  to  100 
miCTOVolt  range. 


A  B 

Figure  1.  Electrodes  and  preamplifier 
DESIGN 

Either  the  positive  or  negative  signal  could  be  used  to 
produce  a  control  pulse.  However,  in  order  to  avoid  false 
signals,  the  patient  would  have  to  stare  straight  forward 
while  the  device  is  in  use,  an  obvious  impracticality.  The 
circuit  is  designed  to  respond  only  to  a  combination  of 
these  movements  and  in  a  very  restrictive  format,  i.e.  a 
quick  upward  movement  of  the  eye  followed  vUhin 
approximately  one  half  second  by  a  quick  downward 
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movement  of  the  eye.  Very  few  artifacts  generated  by 
normal  eye  movements  follow  this  sequence. 

Safety  considerations 

Since  the  sensors  are  low  impedance  electrodes  connected 
to  the  patient,  it  is  imperative  that  the  sensing  device  be 
totally  self  contained  and  in  no  way  electrically  coupled  to 
any  other  device.  This  is  accomplished  by  making  the 
device  battery  operated  and  coupling  to  another  device 
through  an  infrared  light  emitting  diode. 

Extraneous  noise  elimination 

The  resistance  of  each  input  (noninverting  and  inverting) 
is  one  megohm.  As  shown  in  Fig.  1  B,  the  active  electrodes 
are  coupled  to  the  patient  through  two  matched  (1%)  one 
miCTofarad  capacitors  in  order  to  block  the  D.C.  potentials 
originating  in  the  contact  of  the  electrodes  with  the  skin. 
If  not  blocked  these  would  mask  the  eye  movement 
potentials.  This  error  is  further  reduced  by  trimming  the 
input  resistors  (Fig.  I  B)  to  make  the  time  constants  of  the 
inputs  identical.  This  assures  that  the  capacitively  coupled 
and  direct  coupled  common  mode  rejection  ratios  are  both 
100  dB  (especially  at  60  Hz). 

Sequence  of  operation 

The  following  descriptiou  refers  to  Fig.  2  (Circuit)  and  l-'ig. 
3  (Waveforms).  The  waveforms  shown  in  iMg  3  are  ideal- 
ized in  order  to  more  clearly  illustrate  the  operation  and 
timing  sequence  of  the  circuit. 

AMP  1  is  a  differential  preamplifier  with  a  gain  of  100.  It 
amplifies  the  raw  eye  movement  signal  (A).  LPF  and  IIP!- 
are  simple  resistance-capacitance  low  pass  and  high  pass 
filters  respectively  with  an  approximate  cut-off  frequency 
of  16  Hz.  for  LPF  and  3.4  Hz.  HPF.  (B)  indicates  the 
filtered  eye  movement  signal  (most  of  the  artifacts  elimi- 
nated) at  two  levels  of  amplitude:  1)  the  output  of 
LPF/HPF  and  2)  this  output  amplified  by  AMP  2.  AMP  2 
is  a  noninverting  variable  gain  amplifier.  Its  gain  ranges 
from  X  40  to  X  200  and,  in  practice,  is  set  for  optimal 
operation  of  the  circuit. 

The  output  of  AMP  2  (B)  is  fed  into  the  inputs  of  CMP  1 
and  INV.  CMP  1  is  a  voltage  comparator  the  output  (C) 
of  which  is  high  when  its  input  (B)  is  less  than  1.2  V.  As 
shown  in  (C),  it  generates  a  fast  fall  time  when  the  positive 
portion  of  the  eye  movement  signal  (13)  reaches  1.2  V.  'ITiis 
fast  fall  time  is  necessary  to  trigger  TMR  1.  Its  output  (C) 
will  remain  low  until  its  input  (H)  drops  below  1.2  V. 
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Figure  3.  Waveform 


ITvIK  1  is  a  variable  duration  timer  which  controls  the  gate 
in  COMB.  It  generates  a  time  window  (D),  optimally 
about  one  half  second,  limiting  the  time  in  which  the 
negative  portion  of  the  eye  movement  signal  has  to  be 
initiate(l.  If  not  initiated  within  this  time,  no  trigger  .signal 
(!■")  for  TMR  2  is  generated. 

INV  is  an  inverting  amplifier  with  a  gain  of  one.  It  is 
necessary  to  invert  the  eye  movement  signal  here  (E) 
because  the  comparator  used  in  COMB  will  not  respond 
to  a  negative  signal. 

COMH  is  a  combination  comparator  and  time  gate.  Three 
events  are  necessary  to  obtain  au  output  (F):  1)  the  timer 


Figure  2.  Circuit 
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pulse  from  TMR  1  must  be  present  to  open  the  gate  (close 
the  "switch"),  2)  the  inverted  negative  portion  of  the  eye 
movement  signal  from  INV  (E)  must  be  present,  and  3) 
this  signal  must  be  at  least  1.2  V. 

TMR  2  is  a  variable  duration  timer  that  generates  a  pulse 
(G)  which  is  independent  of  the  duration  of  the  COMB 
(comparatorrtime  gate)  output.  It  is  used  to  drive  LED 
which  is  an  infrared  Ught  emitting  diode  which  is  the  eye 
movement  detector's  link  to  the  outside  world. 

REC  is  the  receiver  for  the  Ught  emitting  diode  output. 
PHT  is  an  infrared  sensitive  photo  transistor,  which  is 
insensitive  to  ambient  room  light.  AMP  3  amplifies  the 
transistor  output  to  a  level  required  for  controlling  another 
device,  e.g.  a  computer,  a  voice  conununicator,  etc. 

DEVELOPMENT 

In  its  present  form  the  receiver  must  be  approximately  one 
inch  from  the  transmitter  (eye  movement  detector).  This 
is  because  the  diode  is  driven  by  a  low  current  in  order  to 
reduce  battery  drain.  If  the  Ught  emitting  diode  where  to 
be  driven  by  a  higher  current,  the  spacing  could  be  several 
feet. 

The  filters  used  in  the  present  design  are  very  crude.  An 
active  bandpass  filter  would  be  more  selective  in 
distinguishing  between  the  physiological  signals  and 
artifacts. 

EVALUA'nON 

The  initial  interface,  for  training  purposes,  was  with  an 
electronic  timer  which  controlled  a  soUd  state  relay.  A 
small  lamp  connected  to  the  output  of  the  relay  would 
light  for  one  second  when  the  proper  sequence  of  eye 
movements  was  performed.  A  light  was  chosen  rather  than 
an  audible  signal  because  the  patient  had  a  severe  hearing 
loss. 

Placement  of  the  electrodes  required  less  than  5  minutes. 
They  did  not  need  to  be  placed  in  highly  specific  locations 
or  require  preparation  of  the  skin.  The  electrodes  used 
were  Sentry  Medical  Products  (8)  No.  1030.  They  can  be 
worn  all  day  without  discomfort  or  damage  to  the  skin. 
The  electrodes  were  not  in  the  patient's  line  of  vision. 

DISCUSSION 

This  device  met  criteria  needed  for  faciUtaling  carryover  of 
ACS:  reliability  and  minimal  setup  time.  In  addition,  the 
device  was  durable  and  the  electrodes  low  cost. 

Ocular  phenomena  have  been  incorporated  in  response 
technology  for  severely  impaired  individuals.  We  are 
unaware  that  the  cornea-retinal  potential  difference  has 
been  used  before  in  this  context.  Although  the  application 
in  the  present  instance  pertains  to  a  patient  whose  only 
remaining  volitional  act  was  vertical  eye  motion, 
appUcations  would  be  of  interest  for  less  compromised 
individuals  with  impaired  output  functions. 
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ABSTRACT 

Effectiveness  of  synthetic  speech  in 
functional  speakerphone  coenunication 
varied  over  a  broader  range  than 
the  Intelligibility  rates  found  In 
ptwious      studies.  The  DecTalk, 

StaoothTaltoer  and  RealVoice  synthesizers 
ranked  by  effectiveness,  hcwewer,  cootnred 
favorably  with  the  published  ranking  by 
Intelligibility.  Use  of  preparatory 
digitized  introduction  as  a  neans  to 
increase  successful  coBBunication  had 
significant  positive  iapact  on  the  least 
effective  synthetic  voice  and  negative 
influence  on  the  aost  effective  voice. 
Moderately  effective  voices  benefitted 
subtly  fran  listener  preparation. 

BACKGROUND 

Voice  output  comaunicatlon  aids  (VCCAs) , 
are  a  modem  means  by  which  dysarthric  a«J 
non-verbal  persons  can  perform  essential 
activities  such  as  telephoniixj  for 
information. 

Many  au^nentative  cuuuunl cation  systems 
rely  on  teart-to-speech  electronic 
synthesizers  vtiich  coRuert  entered  strii^ 
of  characters  into  words  and  sentences  by 
follcMlng  preprogranned  matheaetical 
alogrlthms  and  pronounciation  rules. 
Portable  aus^nentative  coBBMnications 
systems  are  now  utilizing  his^i  quality 
coBiwterized  apeedi  synthesizers  si*ch  as 
DecTalk,  RealVoice,  and  StaoothTalkser.  The 
adult  Intelligibility  rates  under 
laboratory  ccndltiore  for  these  speech 
synthesizers  are  outlined  in  table  1. 
(Mirenda  &  Beukelman,  1987,  1990) 

Table  1. 

Intelligibility  of  Synthesized  Speech 

Single  Word  Sentence 

DecTalk  Paul            78*  97X 

DecTalk  Betty           82*  96* 

StmothTaJker  3.0      64!K  92* 

RealVoice  Feaale       54%  78X 

The  aim  of  this  investigation  is  the 
ccnparative  effectiveness  of  speech 
synthesizers  under  the  practical 
conditions  of  functional  telephone 
cawiunication  with  both  prepared  and  naive 
listeners.    Many  VOCA  users  have  multiple 


physical  handice^,  therefore  this  study 
used  a  speakerphone  to  sinolate  hands-free 
phone  cconunication.  The  preparation  of  a 
naive  listener  with  an  introductory  reoeric 
will  be  tested  as  a  strategy  to  increase 
conprehension  of  initial  VDCA  speech. 

As  in  the  real  world,  effectiveness  of 
phone  connunicat ion  will  be  Measured  by 
more  than  mere  intelligibility,  rather  by 
functional  response;  the  conpletion  of  a 
requested  task.  Awareness  of  the 
functioial  effectiveness  of  this 
technology  will  help  health  professionals 
have  realistic  expectations  of  VOCAs  aixl 
continue  to  make  appropriate  equipment 
reconmendat  ions . 

Problem  Statements 

1)  How  effective  are  the  tested  hi^ 
quality  portable  speech  synthesizers  with 
une:5)ectlng  partners  in  phone 
conmuni  cat  ion? 

2)  Does  preparation  of  the  listener  with 
an  introductory  digitized  remark  make 
initial  functional  cocnunlcatlon  via 
speech  synthesizer  more  effective? 

hEIHOD 

The  functional  cooinunication  t^k  utilized 
in  this  study  was  requesting  n  address 
and  telephone  number  from  information 
operators  in  the  212,  718,  516  and  914 
area        codes.  Effectiveness  of 

comnunication  was  measured  by  the  degree 
of  proper  delivery  of  the  requested 
information.  Vys  actual  phrasing  of  the 
request  was,  "Hello,  mey  I  please  have  the 
address  and  phone  nunber  of  the  Department 
of  htotor  V^icles  in  Manhattan/  Brooklyn/ 
Westbury/  Vtilte  Plains?". 

The  five  voices  evaluated  in  this  study 
were  DecTalk  (Paul  &  Betty) ,  StaoothTalker 
and  RealVoice  (Male  and  Female)  which  were 
chosen  not  only  for  their  relatively  hi^ 
Intelligibility,  but  for  adult  listener 
preference  of  these  voices.  (Crabtree  et 
al . ,  1990)  This  study  tised  varicus  VOCAs 
which  utilize  these  voices.  DecTalk 
emitted  by  Multivoice'  version  1.1,  and 
RealVoice  Female  produced  by  Realvoice 
PC*,  wejre  controlled  by  a  Personal 
Computer   VOCA  software  product  called  EZ 
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Keys'.  The  RealVolce  Male  vras  produced  by 
the  EvalPac^,  SnoothTalker  by  the  VOIS 
160*  ,  and  the  digitized  voices  were 
reproduced  by  the  Macaw*. 

All  the  ^jeech  synthesizers  spoke 
sentences  which  were  adjusted  by  phonetic 
spelling  or  utilization  of  an  exception 
table  to  maximize  their  aitiwt 
performance.  In  accordance  with  Eaeton's 
(1985)  carve  l\is  ions,  all  functic»al 
requests  avoided  single  words  or  short 
phrases  but  instead  were  formulated  as 
full  sentences  to  enhance  listener 
cai(>rehens  ion . 

A  digitized  recording  of  hunan  voice 
requesting  the  telephone  ntanber  and 
address  was  vtseA  in  12  trials  to  establish 
a  baseline  of  ccnstunication  effectiveness 
for  this  experiiaental  design.  Each  of  the 
subsequent  five  voices  was  utilized  in  24 
trials,  6  for  each  area  code.  Half  the 
120  synthetic  speech  trials  incorporated  a 
digitized  introduction  and  half  used 
synthesized  speech  with  no  listener 
preparation. 

All  synthetic  voices  were  spoken  throu^ 
the  same  Realistic  model  21-549  ex.emal 
speaker.  The  volume  in  all  trials  was 
Bcderately  loud,  measured  and  ccwpared  by 
the  microphone  of  a  voice-activated  tape 
recorder.  In  all  the  trials,  the  same 
Sanyo  model  AD200  speakerphone  vras  used. 
The  access  method  on  all  the  VOCAs  was 
direct  selection. 

Operational  Definitions 

Preparation  of  the  listener  b^'  digitized 
message  about  the  iinninent  use  of  a  speech 
synthesizer  was  defined  as  follcws: 
"0"  represents  no  Introduction. 
"1"  represents  full  introduction.  The 
ac^nentat  ive  user  plays  a  audio  recording 
of  digitized  voice  which  says,  "I  cannot 
speak,  I  am  going  to  use  an  artificial 
speech  synthesizer". 

Effectiveness     of     ccomunication  when 

reqtk:~3ting   performance   of  a  sinple  task 

was  defined  as  follows: 

"0"  represents  ineffective  communication. 

Task  is  not  done,    user  is  asked  to  repeat 

all    or   part  of  the  request. 

"1"       represents     partially  effective 

ccmnunication.    Task  is  done  inconpletely. 

"2"    represents   effective  catmunication. 

Task  is  done  appropriately. 

RESULTS 

Baseline  results  which  utilized  digitized 
natural    voice,    revealed    that    for  this 


experimental  design,  a  maximum  full 
effect ivsiess  of  83*  could  be  expected. 
While  not  always  fully  effective,  the 
baseline  results  slwwed  that  natural  voice 
was  statistically  never  vtiolly  non- 
effective (Table  2).  Partial  effectiveness 
in  all  the  trials  was  only  the  result  of 
the  operator's  giving  the  phone  number  but 
not  the  address. 

Table  2. 

Natural  Voice  Baseline  Effectiveness 


f  of  Trials  %  of  Trials 

Fully  Effective  10  "83* 

Partially  Effective  2  ITX 
Non-Effect  ive  0  OX 


As  outlined  in  Tables  3-7,  none  of  the 
synthesized  voices  equalled  this  lewel  of 
conrounication  effect  ivMiess.  There  was 
a  broad  range  across  the  qpccch 
synthesizers.  In  full  effectiveness, 
DecTalk  Paul,  the  synthetic  voice  with  the 
highest  value,  was  only  half  as  successful 
as  natural  voice.  RealVoice  Female  was 
non-effective  in  75%  of  the  trials. 

Table  3.    DecTalk  Paul  Effectiveness 


#  of  Trials  %  of  Trials 
Fully  Effective          10  42X 
Partially  Effective    13  5*% 
Non-Effect ive               1  4X 

Table  4.    RealVoice  Male  Effectiveness 

#  of  Trials  %  of  Trials 
Fully  Effective           8  33X 
Partially  Effective    13  5*% 
NMi-Ef  feet  ive               3  13X 

Table  5.    DecTalk  Betty  Effectiveness 

#  of  Trials  %  of  Trials 
Fully  Effective           5  21% 
Partially  Effective    14  58Sl 
NMi-Ef  feet  ive               5  21% 

Table  6.    SmoothTalker  Effectiveness 

#  of  Trials  *  of  Trials 
Fully  Effective           7  29% 
Partially  Effective     6  2S% 
Non-Effect ive             11  46* 

Table  7.    RealVoice  Female  Effectivenes* 

#  of  Trials  %  of  Trials 
Fully  Effective           6  25% 
Partially  Effective     0  '  0% 
Non-Effect ive             18  15% 


Both  fully  and  partially  effective 
comramication  ccwld  be  considered 
generally   effective.     That  is, 

Ger>eral  Full    Effectiveness  + 

Effectiveness    =   Partial  Effectiveness 

Table  8  shows  general  effectiveness  for 
all  tested  voices. 
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Table  8. 

General  Effectiveness  of  All  Voices 
General  Effectiveness 
Natural  Voice  lOOX 
DecTallc  Paul  deSK 
RealVoice  Male  6T% 
DecTalk  Betty  79% 
StooothTalker  54Ss 
RealVoice  Female  25* 

nils  study  also  scuc^it  to  examine  the 
influence  of  the  use  of  an  introductory 
digitized  remark  prior  to  synthetic  speedi 
ccammication.  Table  9  outlines  the 
general  effectiveness  of  each  synthetic 
voice  with  and  without  natural  voice 
introduction. 

Table  9.    General  Effectiveness 
and  Preparation  of  Listener 

General  General 

Effectlvenes  Effectiveness 

Without 

Introduction 
DecTalk  Paul  lOO* 
RealVoice  Male  83X 
DecTalk  Betty  75* 
SOoothTalker  50% 
RealVoice  Female  17* 

DISCOSSICW 

TtvB  results  of  this  study  indicate  that 
there  is  a  broad  range  in  the  functional 
effectiveness  of  different  synthetic 
speech  synthesizers  in  speakerphone 
coninunication.  FUU  effectiveness  ranged 
from  DecTalk  Paul  at  42X  to  DecTalk  Betty 
at  21%,  and  general  effectiveness  from  96% 
to  25%.  As  expected,  these  range  of  these 
results  were  broader  and  the  values  were 
lower  than  the  laboratory  sentence 
intelligibility  results.  Though  not 
quantitatively  ccmparable,  the  ranked 
order  of  voices  is  the  seme  in  both 
studies;  DecTalk  Paul,  DecTalk  Betty 
SOoothXalker  and  RealVoice  Female. 

Exc^t  for  Stooothtalker  v4iich  was 
partially  effective  25%  of  the  time  and 
RealVoice  Female,  »itich  seemed  to  be 
either  fully  effective  (25%) ,  or  mostly 
non-effective  (75%),  the  synthetic  voices 
v«»re  partially  effective  about  half  the 
tine;  DecTalk  Paul  (64%),  RealVoice  Male 
(54%),  and  DecTalk  Betty  (58%).  It  seems 
that  in  these  cases  the  operators  were 
able  to  understand  "Department  of  Motor 
Vrtilcles"  but  did  not  discern  that  the 
request  had  been  for  not  only  the  phone 
nunber  but  the  address  as  well. 

This  might  indicate  that  the  ccmnunlcation 
barrier  in  these  partially  effective  cases 
was     no     longer   an    issue     of  speech 


intelligibility  alone.  Rather,  perhaps 
the  hearing  of  an  artificial  voice  was 
simply  a  distracting  experience,  resultlr^ 
in  the  less-than-efflcient  task  completion 
of  leaving  out  the  address. 

A  digitized  introductory  remark  inptxjved 
general  ccoriunlcation  effectiveness  for 
all  synthetic  voices  except  DecTalk  Paul. 
The  most  poorly  effective  voice  in  this 
study,  RealVoice  Female  benefitted  most 
from  the  introduction,  raising  its  general 
effectiveness  frcm  17%  to  33%. 

More  Investigation  In  functional 
ccmnunlcation  with  portable  VOCAs  is 
warranted.  Face-to-face  and  less 
insulated  interactions  may  result  in 
significantly  different  ccBmunlcation 
effectiveness.  Further  study  in  the 
formulation  and  use  of  introductory 
preparatlcsi  of  VOCA  listeners  is  needed  to 
determine  how  it  is  most  helpful. 
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FOOTNOTES 

1.  MultlVoice  is  a  hardware  peripheral 
product  from  I.A.T.,  Inc. 

2.  PC  RealVoice  is  a  harcfc«re  peripheral 
product  frcm  ACS,  Inc. 

3.  EZ  Keys  is  software  from  Vtords+,  Inc. 

4.  EvalPac  is  a  dedicated  VOCA  product 
from  ACS,  Inc. 

5.  VOIS  160  is  a  dedicated  VOCA  product 
from  Phonic  Ear,  Inc. 

6.  Macaw  is  a  dedicated  VOCA  product  frcm 
Zygo  Industries,  Inc. 
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Abstract 

The  Sound-to-Speech  Translation  Utilizing 
Graphic  Symbols  (STS/Graphicsl  system  is  a 
voice  recognition  computer-based  system 
designed  to  allow  individuals  with  mental 
retardation  and/or  severe  physical  disabilities  to 
communicate  with  others  and  to  control  their 
environment.  Operation  of  the  STS/Graphics 
system  is  through  speech/vocalizations,  switch 
activation,  or  keyboard  input  for  activation  of 
electrical  appliances  and/or  digitized  speech 
output.  Customized  photographic  quality 
symbols  represpnting  familiar  items  in  the  user's 
environment  are  displayed  on  the  monitor 
for  the  user's  choice  making.  Choices  for 
communication  or  environmental  control 
are  made  through  direct  selection,  linear 
scanning,  or  row/column  scanning.  Assessment 
and  educational  applications  are  additional  uses 
of  the  system.  Research  on  the  STS/Graphics 
system  was  conducted  with  students  in  a  local 
public  school  system. 


Background 

There  are  more  than  two  million  children  and 
adults  in  the  United  States  whose  physical  and/or 
mental  limitations  are  so  severe  that  they  are 
unable  to  communicate  with  other  persons  or 
interact  with  and  learn  from  their  environment  in 
an  effective  manner  (Bricker  &  Filler,  1985).  Over 
the  past  five  years,  voice  recognition  technology 
has  advanced  to  the  point  where  it  now 
represents  a  viable,  and  even  quite  versatile, 
means  of  alternate  access  to  education  and 
habilitation  for  persons  with  severe  handicaps. 
Speech  is  the  most  natural  way  to  communicate 
and  to  act  on  the  environment.  Therefore,  it  is 
also  a  natural  means  by  which  to  empower  an 
individual.  Computer  technology,  configured  with 
voice-recognition  access  for  communicatio:i  and 
environmental  control  output,  has  the  potential  to 
effectively  compensate  for  the  limitations  imposed 
by  mental  retardation  and/or  physical  limitations. 
The  Sound-to-Speech  Translation  Utilizing  Graphic 
Symbols  (STS/Graphicsl  system  investigated  the 
use  of  speech  technology  for  communication  and 
environmental  control. 

The  STS/Graphics  system  is  a  voice  recognition 
computer-based  system  designed  to  allow 
individuals  with  mental  retardation  and/or  severe 
physical  handicaps  to  communicate  with  others 
and  to  control  their  environment.  This  includes 
individuals  with  quadriplogia,  spinal  cord  in)ury. 


cerebral  palsy,  aging  problems,  arthritis,  and 
assorted  neurological  disorders.  Operation  of  the 
system  is  through  speech/vocalizations,  switch 
activation,  or  keyboard  Input  for  operation  of 
electrical  appliances  and/or  digitized  speech 
output.  Customized  photographic-quality  symbols 
representing  available  choices  are  displayed  on 
the  monitor  for  the  user.  The  choices  for 
communication  or  environmental  control  are 
selectable  through  direct  selection,  linear 
scanning,  or  row/column  scanning.  Assessment 
and  educational  applications  are  other  uses  of  the 
system. 

The  main  features  of  the  system  are  as  follows: 

Voice  Input.  The  system  incorporates  the  Votan 
2000  voice  recognition  circuit  board  and  software 
routines.  Each  user  can  store  voice  templates  for 
sets  of  up  to  64  messages,  consisting  of  sounds 
or  word  phrases  of  up  to  8  seconds  each  in 
duration.  Multiple  users  can  simultaneously  store 
templates  for  their  messages  and  access  them. 
For  individuals  for  whom  consistent  sound 
production  is  not  possible,  the  system  can  be 
adapted  to  accept  a  simple  vocalization  as  a 
means  of  selecting  desired  items  via  a  visual 
scanning  routine. 

Sound-to  Speech  Translation  and  Expansion.  The 
system  incorporates  an  algorithm  that  translates 
any  designated  sound  input,  whether  intelligible 
or  not,  into  a  specified  speech  output.  For 
example,  if  a  user's  vocalization  for  water 
approximates  "wuh"  and  s/he  only  speaks  in 
single-syllable  vocalizations,  the  system  can 
immediately  output  "Could  1  have  a  drink  of 
water,  please."  The  output  is  digitized  speech 
which  can  be  up  to  8  seconds  in  duration,  thus 
permitting  single  words  or  complete  sentences  to 
be  output. 

Environmental  Control.  The  system  incorporates 
X-10  technolofiy.  Any  voice  (or  other)  input  can 
be  linked  to  th'  activation  and  deactivation  of  any 
electrical  device.  A  single  voice  input  can  be 
linked  to  any  combination  of  spoken  outputs  and 
device  activations. 

Un:versal  Controller.  The  system  uses  a  One-for- 
All  universal  controller  which  —^<\  control  any 
audio/visual  device  that  operates  with  the  use  of 
an  infra  remote  controller. 

Graphics  System  Interlace.  The  system 
genet. Jtes  photographic-quality  images  of  items, 
ii|)pli  ,ncos,  or  people  in  the  user's  environment 
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In  addition,  the  size  of  the  image  as  well  as  the 
number  of  images  appearing  on  the  display,  can 
be  customized  to  the  user.  This  is  achieved  by 
digitally  scanning  the  images  into  the  computer. 
For  example,  a  photograph  of  a  tape  player  might 
be  configured  to  produce  the  message  "I  like  this 
music"  as  well  as  activating  the  tape  recorder  to 
play  music.  Displays  can  be  created  of  varying 
sizes  ranging  from  a2x2toa5x5  matrix.  The 
graphics  display  can  "flip"  to  a  second  page  of 
choices  as  well. 

The  STS/Graphics  software  provides  two 
methods  of  accessing  the  system:  direct 
selection,  and  scanning.  In  the  direct  select 
mode,  a  user  produces  different  sounds,  each  of 
which  is  matched  to  a  picture  that  may  be 
included  in  a  single  or  multi-picture  display.  A  set 
of  sounds  can  be  "trained"  in  the  system  and 
stored  for  each  potential  user.  A  picture  can  be 
associated  with  different  utterances  for  each 
user.  Thus,  the  system  is  customized  for  each 
person  who  uses  it.  Scanning  can  be  operated 
two  ways:  linecr  scanning  or  row-column 
scanning.  In  either  scan  mode,  the  svstem 
requires  only  a  single  vocalization,  and  it  is  not 
necessary  for  this  sound  to  be  very  consistently 
pronounced  from  one  instance  to  the  next.  This 
vocalization  is  used  to  halt  the  scan  routine. 
Once  the  scan  is  halted,  the  functions  that  are 
associated  with  the  cell  on  which  the  scan 
stopped  are  executed:  that  is,  speech  output, 
environmental  control,  or  both. 

Photo  libraries  are  created  for  the  users.  A  library 
consists  of  disks  containing  scanned  images  of 
Items  which  have  personal  meaning  to  the  user. 
The  library  is  arranged  by  category  and  may  serve 
as  a  good  organizational  model  for  the  users.  In 
this  way.  images  may  be  used  for  a  variety  of 
subjects  in  their  displays. 

Software  Design.  The  software  package  is  made 
up  of  three  major  components:  Speech  Manager, 
Setup,  and  Sound-to-Speech.  Speech  Manager 
provides  the  audio  recording  a.''d  vocabulary 
training  functions  for  the  speech  recognition 
board.  Speech  Manager  processes  and  stores  the 
utterances  or  words  that  are  used  as  a  trigger  or 
switch  by  the  software.  For  use  in  the  Direct 
Selection  method  of  access,  the  vocabulary 
trainings  are  matched  to  an  individual  picture.  In 
the  Scanning  access  method,  only  one  sound 
training  is  in  the  system.  Th(;  Setup  section  of 
the  software  is  used  to  combine  picture  files, 
audio  output  messages,  and  environmental 
control  commands  into  specific  cells  in  a  matrix. 
When  all  of  the  required  cells  in  a  matrix  are  filled, 
then  the  information  is  stored  as  a  "page"  file. 
Sound-to-Speech  executes  any  of  the  pages 
created  by  Setup  and  generates  activity  reports 
regarding  the  operation  of  the  software 


Reports.  The  system  generates  activity  reports 
regarding  the  operation  of  the  software.  As  each 
cell  is  activated,  the  actions  corresponding  to  that 
cell,  such  as  audio  playback  and  environmental 
control,  are  stored  in  a  data  file  from  which 
reports  are  derived  containing  analyses  of  these 
activities. 

Research  Questions 

The  following  research  questions  were  addressed 
in  this  study:  Can  the  subject  learn  the 
cause/effect  relationship  between  vocalization  and 
function?  Can  the  subject  learn  that  different 
vocalizations  are  associated  with  different 
functions?  Will  the  subject  exhibit  increased 
communication  wi  h  others?  Is  there  a  degree  of 
mental  retardation  that  excludes  a  user  from 
effective  operation  of  this  device?  Is  the  graphics 
component  a  viable  option  for  this  type  of 
communication/environmental  control  device? 
What  are  the  strengths  and  limitations  of  the 
system? 

Method 

The  hardware  used  in  this  study  were  a  PC/AT 
microcomputer,  a  Votan  VPC  2000  Speech  Card 
and  Speech  Recognizer,  a  VGA  Color  Monitor,  a 
Color  Scanner,  and  a  Mouse.  The  software  was 
customised  according  to  the  earlier  description. 

Subjects.  Twenty-four  students  from  thi  local 
public  schools  were  evaluated.  The 
characteristics  of  the  six  selected  subjects  were 
as  follows;  four  females,  two  males,  four 
ambulatory,  two  non-ambulatory,  ages  7-21,  with 
diagnosis  of  cerebral  palsy,  encephalitis,  and  mild 
to  profound  mental  retardation.  The  subjects 
understood  rudimentary  scanning,  knew  cause 
and  effect,  and  had  adequate  vision  and  hearing. 
Research  was  completed  on  three  of  the  subjects. 
Two  were  direct  selectors  and  ambulatorypry; 
one  was  a  scanner  and  non-ambulatory. 

Procedure.     The  STS/Graphics  system  was 
used  in  the  school  environment  of  each  subject. 
Prior  to  the  experimental  trials,  personal  items 
presented  on  the  graphics  display  were  identified 
using  forced  choice  selection  with  each  subject 
for  communication,  environmental  control,  or  a 
combination  of  both.  Identification  of  each 
subject  as  a  direct  selector  or  as  a  scanner  was 
determined.  Operation  of  the  system  was 
integrated  with  specific  training  strategies  used 
with  the  subjects  to  teach  them  proper  delivery  of 
personal  vocalizations  for  system  training  and 
operation  as  well  as  for  choice  making  from  items 
on  the  display.  Each  subject  progressed  through 
specific  training  steps  from  selecting  a  single  item 
on  the  display  to  selecting  multiple  items  on  the 
dis^  ,,y  which  were  topically  similar  when 
presented  (i.e.,  beauty  aids).  A  trial  consisted  of 
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the  researcher  prompting  the  subject  to  activate  a 
specific  device  or  communication  phrase.  A  trial 
was  deemed  successful  if  the  subject  emitted  the 
vocalization  that  corresponded  with  the  device  or 
communication  that  was  prompted,  and  if  the 
computer  system  recognized  It  as  such.  During 
single  item  trials,  there  was  only  one  graphics 
Icon  displayed  on  the  monitor.  Over  time, 
additional  graphics  Icons  and  their  corresponding 
choices  were  added  to  the  display.  The  subject 
would  advance  from  the  single  item  to  multiple 
items  based  on  successfully  completing  nine  out 
of  twelve  trials  on  each  level  of  item  displayed. 

Research  Design.  A  multiple-baseline-across- 
target-vocalizations  experimental  design  was 
implemented  with  all  subjects,  whereby 
designated  vocalizations  resulted  in  output  of  a 
communicated  phrase  or  operation  of  an  electrical 
device  In  the  environment. 

Results 

The  three  subjects,  each  of  whom  had  different 
degrees  of  mental  retardation,  learned  to 
communicate  and  to  make  choices  by  using  their 
own  personal  vocalizations  to  operate  the 
STS/Graphics  system.  There  was  variability 
among  the  subjects  In  their  level  of  proficiency  in 
operating  the  system.  All  learned  the 
cause/effect  relationship  between  vocalization  and 
action,  and  also  learned  that  different 
vocalizations  were  associated  with  different 
functions.  The  subjects  demonstrated  increased 
frequency  of  vocalization  and  speech  usage 
outside  the  research  environment.  The  graphics 
component  of  the  system  was  versatile  and 
appropriate  in  this  application. 

Discussion 

The  STS/Graphics  system  Is  a  viable  method  for 
communication  and  environmental  control  by 
persons  having  mental  retardation  and/or  other 
physical  disabilities.  Limitations  of  the 
STS/Graphics  system  were  the  microphone 
placement  demands,  additional  training  of  the 
system  due  to  subjects  improved  vocalization, 
noisy  environments,  and  a  lack  of  portability  of 
the  system.  Additional  applications  of  this 
system  for  evaluation,  training,  and  education 
should  be  explored.  The  system  was  effective  in 
encouraging  persons  with  mental  retardation  to 
use  their  natural  speech  to  communicate  and  to 
control  their  environment.  Further  research  on 
voice  recognition  for  persons  with  mental 
retardation  should  be  conducted. 
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ABSTRACT 

Testing  and  debugging  er,uipment  is  a  concern  of  all 
manufacturers  of  electronic  equipment.  Because  of  the 
importance  to  users,  proper  testing  of  electronic  com- 
munication aids  is  especially  critical.  This  paper  out- 
lines some  of  the  techniques  that  we  used  to  test  and 
debug  our  latest  communication  aid.  The  strategies 
that  are  discussed  are  beta  testing,  environmental  test- 
ing and  automated  testing. 

BACKGROUND 

Communication  Devices,  even  more  than  other  elec- 
tronic devices,  must  be  designed  to  withstand  the  daily 
use  which  is  expected  from  them.  When  a  consumer 
device  malfunctions,  its  often  an  inconvenience.  When 
a  communication  aid  malfunctions,  however,  the  user 
must  rely  on  some  less  efficient  means  of  communica- 
tion, at  least  until  a  replacement  device  can  be  sent 
from  the  factory.  Paradoxically,  communication  aids 
are  frequently  used  in  more  hostile  environments  than 
similar  consumer  equipment.  Most  computers  are  in- 
tended to  be  placed  on  a  desk  and  seldom,  if  ever, 
moved.  Communication  aids,  on  the  other  hand,  are 
transported  on  school  buses,  taken  out  in  the  rain  and 
bounced  around  on  wheelchairs.  Therefore,  although 
communication  aids  are  often  used  in  harsher  environ- 
ments than  similar  consumer  devices,  it  is  more  critical 
that  they  continue  to  function  properly. 


STATEMENT  OF  THE  PROBLEM 

Several  issues  are  important  in  making  sure  that  a 
newly  designed  communication  aid  is  ready  to  go  to 
market  or  even  to  be  used  by  a  number  of  people  in  a 
clinical  setting.  These  design  issues  can  be  divided 
into  two  broad  categories.  The  first  category  deals 
with  the  device  as  an  embodiment  of  concepts.  When 
the  product  definition  is  initially  prepared,  the  device 
often  only  exists  on  paper  and  in  the  minds  of  the  de- 
signers. Therefore,  some  of  the  features  which 
seemed  wonderful  at  the  point  of  product  definition  do 
not  work  very  well  when  actually  implemented  into  a 
real  product.  This  means  that  even  when  a  product  is 
designed  to  specification,  it  may  fall  short  of  its  in- 
tended purpose  because  of  real  life  issues  that  could 
not  be  anticipated  when  the  definition  was  prepared. 
Furthermore,  after  the  initial  concepts  have  been  im- 
plemented into  a  real  device,  it  is  often  apparent 
that  slight  modifications  and  enhancements  would 
greatly  enhance  its  utility.  Issues  which  fail  under  this 
initial  category  of  questions  are: 
-  Does  the  communication  aid  live  up  to  its  project 
goals? 


-  What  modification  could  be  made  to  make  it  easier  to 

use? 

-  Are  the  prompts  and  instructions  clear  enough  so  that 

they  are  easily  understood? 

-  Are  there  additional  features  which  can  be  added  to 

the  device  to  increase  its  functionality. 

The  second  group  of  concerns  deal  with  a  device's  use 
in  a  real  life  situation.  While  a  product  is  in  develop- 
ment, it  is  subjected  to  an  artificial  environment.  The 
engineers  who  use  the  device  know  how  it  is  supposed 
to  work,  and  therefore  use  it  accordingly.  The  device 
is  comfortably  sitting  on  a  workbench  in  a  laboratory 
as  opposed  to  bouncing  around  on  a  wheelchair.  So 
although  a  product  may  appear  to  be  completely  devel- 
oped, there  are  often  a  number  of  questions. 

-  Does  it  meet  its  product  specification? 

-  Do  all  functions  work  in  all  situations? 

-  Is  the  software  completely  debugged? 

-  Will  it  withstand  the  environment  in  which  it  is  nor- 
mally used? 

-  What  if  it  falls  off  of  the  wheelchair? 

-  What  if  the  user  pushes  the  wrong  buttons? 


APPROACH 

Several  approaches  were  used  to  answer  the  various 
questioned  presented  above.  In  beta  testing,  a  proto- 
type device  is  given  to  a  user.  This  helps  to  evaluate 
how  a  new  user  responds  to  the  device.  The  purpose 
of  environmental  testing  is  to  make  sure  that  the  device 
will  withstand  the  environment  in  which  it  will  typi- 
cally be  used.  Finally,  automated  testing  is  employed 
to  do  testing  which  is  either  too  tedious  or  time  con- 
suming to  be  done  by  individuals  or  in  cases  where  a 
more  random  style  of  pressing  keys  is  desired.  Each 
of  these  methods  is  described  below. 

Beta  Testing  -  Once  a  product  has  gone  through  its 
initial  development  phase,  it  becomes  crucial  that  true 
users  get  their  hands  on  it.  The  choice  of  which  users 
to  involve  and  when  to  bring  them  into  the  develop- 
ment process  needs  to  be  given  careful  consideration. 
On  the  one  hand,  it  is  desirable  to  have  the  unit  beta 
tested  as  early  in  the  process  as  possible  so  that  if  there 
are  serious  problems  with  the  user  interface,  they  can 
be  resolved  before  becoming  even  more  imbedded  into 
the  product.  On  the  other  hand,  beta  devices  are  des- 
tined to  crash';  creating  frustration  for  the  user.  Some 
people  take  beta  testing  as  a  personal  challenge  and  as 
their  chance  to  have  an  impact  on  the  development  of 
project  and  can  take  periodic  crashes  in  stride.  Other 
users  are  less  tolerant  of  a  device  in  which  they  cannot 
place  \00%  confidence.  The  users  who  are  involved 
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should  be  well  informed  of  what  they  can  expect  of  the 
devices  and  what  is  expected  from  them  as  feedback. 

Beta  testers  should  be  encouraged  to  relate  all  of  their 
impressions  and  problems  to  the  designers.  The  de- 
signer, though,  needs  to  exercise  care  in  implementing 
changes  which  are  suggested  by  the  users.  That  which 
may  make  a  device  easier  to  operate  for  one  person, 
may  make  it  more  difficult  for  flie  next  user.  A  broad 
variation  in  the  beta  testers  can  help  to  eliminate  and 
evaluate  such  feedback.  Furthermore,  for  maintaining 
reasonable  time  schedules,  the  designers  should  be 
careful  not  to  let  the  product  definition  change  too 
much.  In  our  case,  we  were  writing  the  user  manual  in 
parallel  with  the  product  development.  Sometimes  a 
few  lines  of  code  in  the  software  could  change  many 
pages  in  the  manual. 

In  spite  of  all  these  issues,  we  cannot  overemphasize 
the  value  that  beta  testing  has  made  in  our  particular 
project.  We  have  discovered  where  instructions  were 
unclear  to  the  first-time  user.  We  have  found  cases 
where  the  device  crashed  when  the  user  did  something 
that  we  didn't  expect  them  to  do.  We  have  also  ob- 
tained some  very  helpful  information  on  how  we  can 
improve  the  system  to  make  it  more  powerful  and 
easier  to  use. 

Environmental  Testing  -  Environmental  testing 
can  actually  be  a  rather  enjoyable  experience  for  the 
design  team,  especially  on  projects  that  have  taken 
much  time  and  created  periodic  frustration.  This  is 
where  the  device  can  be  knocked  off  wheelchairs, 
kicked  down  a  flight  of  stairs  and  generally  abused. 
This  step  is  important  for  two  reasons.  First,  it  makes 
evident  those  parts  which  are  most  vulnerable  to  dam- 
age so  that  they  can  be  improved.  Second,  it  helps  to 
create  guidelines  and  limits  which  can  be  communi- 
cated to  users. 

In  our  project  we  kept  a  careful  log  of  what  action  we 
performed  and  the  damage  which  resulted.  This 
proved  very  valuable  for  making  changes  such  as 
choosing  alternate  mounting  hardware  where  compo- 
nents were  more  subject  to  jarring  and  vibration. 

Automated  Testing  -  As  important  as  human  in- 
volvement is  during  the  testing  procedure,  it  does  have 
its  limits,  especially  in  debugging  the  software.  For 
one  thing,  the  more  users  become  familiar  with  the 
device,  the  more  likely  they  are  to  u.se  the  device  ex- 
actly as  it  was  intended  to  be  used.  During  the  later 
stages  of  debugging,  the  device  typically  works  fine 
when  it  is  operated  the  way  the  engineers  expect  it  to 
be  operated.  It  is  during  those  times  when  the  user 
makes  a  mistake  or  tries  to  do  something  that  the  de- 
signer did  not  anticipate  when  'bugs'  are  found.  The 
more  sophisticated  a  device,  the  greater  the  number  of 
variations  and  mistakes  that  can  be  envisioned.  A  sec- 
ond limitation  on  user  evaluation  is  that  the  user  can 
only  press  so  many  keys  during  a  given  period. 

Tliis  discussion  leads  to  the  concept  of  automated  test- 
ing through  random  key  generation.  Typically  ai  this 


point  in  the  project,  the  general  operation  has  been 
tested  thoroughly,  but  the  next  concern  is  verifying  that 
when  the  user  does  something  that  is  not  expected,  the 
system  is  robust  enough  that  this  will  not  cause  unex- 
pected consequences.  Taken  to  its  extreme,  one  can 
imagine  the  user  pressing  any  sequence  of  random 
keys  and  functions.  In  random  key  generation,  that  is 
exactly  what  takes  place.  However,  the  device  itself  is 
programmed  to  generate  the  random  keys  rather  than 
having  it  be  done  by  a  user.  In  this  way  a  number  of 
devices  can  simultaneously  be  testing  themselves  with 
each  one  generating  many  key  activations  per  minute. 

Random  key  generation  is  actually  more  involved  than 
it  sounds  initially.  Although  the  key  generation  needs 
to  be  random,  it  also  needs  to  be  repeatable. 
Otherwise,  if  an  error  is  detected,  it  is  impossible  to 
reenact  the  action  that  caused  the  malfunction.  It  is  im- 
practical to  log  each  key  activation  as  it  occurs  because 
the  error  may  not  happen  for  several  hundred  thousand 
key  activations.  Not  only  is  this  approach  cumber- 
some, but  it  also  increases  the  chance  of  creating  a 
testing  situation  which  is  substantially  different  from 
the  way  the  device  is  operated  in  normal  use.  Our  ap- 
proach was  to  develop  an  algorithm  for  generating  key 
activations  which  are  dependent  on  a  six-digit  decimal 
number,  called  the  seed.  Thus  by  reinitiating  the  test 
with  the  same  seed,  the  same  sequence  of  keys  will  be 
activated. 

Sometimes  it  is  preferable  to  modify  the  generation 
routines  to  generate  key  activations  by  rules  rather  than 
by  pure  chance.  For  example,  if  the  engineer  feels  that 
the  device  is  more  vulnerable  to  malfunction  when  a 
message  is  stored  than  when  the  message  is  spoken,  he 
can  modify  the  routine  so  that  the  'program'  key  has  a 
greater  chance  of  being  activated  than  the  'speak'  key. 
In  addition,  certain  device  parameters  can  be  changed 
to  make  the  testing  cither  more  efficient  or  at  least  more 
bearable.  It  turns  out  that  twenty  units  generating  key 
activations  and  accompanied  by  beeps,  speaking  and 
printing  can  be  quite  irritating  when  they  are  next  to 
you  in  an  office.  So  we  simply  made  sure  that  we 
could  disable  these  features  when  it  was  in  the  random 
key  generation  mode. 

The  tested  device  needs  to  be  able  to  determine  when 
an  error  has  occurred.  It  also  needs  to  be  able  to  report 
the  error  to  the  engineer  and  be  able  to  replicate  the 
problem.  In  our  system  we  had  a  number  of  error  de- 
tection routines  built  into  the  software  already.  These 
detection  routines  determine  such  things  as  bus  and 
address  errors,  overwritten  buffers,  and  time-out 
conditions.  These  conditions  are  also  the  type  of  er- 
rors that  need  to  be  detected  in  random  key  generation. 
We  simply  made  use  of  the  existing  routines  and  de- 
tected when  the  device  either  made  and  error  or  was 
about  to  make  an  error  and  then  had  the  device  generate 
a  print-out  which  gave  infomiation  as  to  what  type  of 
error  occurred,  what  routine  the  device  was  in,  and 
how  many  keys  had  been  activated  before  the  error  oc- 
cun'cd. 
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With  the  help  of  the  original  seed,  the  error  report  and 
an  in-circuit  emiUator,  we  were  able  to  duplicate  a  mal- 
function, catch  it  in  the  act  and  repair  the  problem.  For 
instance  if  an  ciror  occurred  after  76,120  key  activa- 
tions, we  could  have  the  unit  duplicate  the  first  76,000 
activations  and  then  stop.  We  could  then  single-step 
through  the  remaining  activations  and  watch  was  hapn- 
pening  internally  in  the  device  on  the  in-circuit  emula- 
tor. 


RESULTS 

The  popular  theory  which  states  that  no  complex  piece 
of  software  is  ever  completely  debugged  probably  still 
holds  true.  However,  there  are  definite  steps  that  can 
be  taken  to  make  sure  that  a  device  is  tested  and  de- 
bugged as  much  as  possible  before  individuals  depend 
on  it  for  communication.  The  more  sophisticated  a 
piece  of  equipment,  the  more  critical  it  is  that  a  formal 
approach  is  taken  to  make  sure  that  the  device  is  ready 
for  market.  Further,  the  more  an  individual  depends 
on  a  piece  of  equipment,  the  more  critical  it  is  that  the 
equipment  continues  to  function  without  failing. 

We  have  implemented  each  of  these  testing  strategies 
on  on  latest  commercial  product.  The  beta  testers  who 
worked  with  us  were  very  cooperative.  They  used  the 
devices  full-time,  they  let  us  know  what  they  liked 
about  the  device  and  what  they  didn't  like,  and  they 
were  very  patient  vvith  early  versions  of  the  system 


which  still  had  many  problems  to  be  worked  out.  In 
refifii,  we  made  every  effort  to  respond  to  each  ques- 
tion and  problem  immediately.  In  the  end  we  have  a 
better  product  and  they  feel  good  about  helping  to  de- 
velop it. 

The  random  key  generation  system  which  we  imple- 
mented generated  approximately  2500  key  activations 
per  minute,  or  between  one  and  two  million  key  hits 
per  day.  Initially,  problems  surfaced  in  minutes,  later 
it  took  hours  and  then  days  before  we  found  a  prob- 
lem. This  device  is  now  on  the  market  and  since  its 
introduction,  we  have  been  quite  satisfied  with  its  per- 
formance in  the  field.  We  plan  to  continue  and  refine 
these  methods  of  testing. 
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ABSTRACT 

A  computer  assessment  program  for  myoelectric  control  of 
artificial  hands  has  been  developed  to  help  therapists  identify 
the  major  control  problems  of  amputees  using  myoelectric 
artificial  hands.  The  program  uses  the  display  of  a  band  on 
the  screen  as  a  prosthesis  representation.  The  amputee  has 
12  tasks  to  perform  with  this  prosthesis  displcy  and  the 
therapist  has  access  to  all  the  data  concerning  the  control  of 
the  prosthesis  by  the  amputee. 

BACKGROUND 

It  is  estimated  that  1  child  out  of  4200  is  bom  with  a 
congenital  upper-limb  deficieniy ;  the  number  of  congenital 
upper-limb  deficiencies  for  which  prosthetic  treatment  is 
appropriate  ic  estimated  as  1:9400  live  birihs  (1).  These 
children  are  normally  fitted  with  a  passive  prosthesis  at  6 
months  and  may  be  fitted  with  a  two-function  myoelectric 
prosthesis  between  the  age  of  2  1/2  and  4  years  (2,  3).  The 
Hugh  MacMillan  RehabiliUtion  Centre  in  Toronto  has  a  toul 
of  287  cliente  on  file  in  the  Powered  Upper  Extremity 
Prosthetics  Programme.  Of  these,  126  are  under  16  »nd  58 
are  under  6  years  of  age.  In  1990,  112  patients  were  fitted 
at  the  clinic  (4). 

OBJECTIVES 

Therapists  who  are  following  children  fitted  with  myoelectric 
arm  prostheses  report  being  able  to  assess  only  very  gross 
improvement  in  prosthesis  control  due  to  the  difficulty  of 
detecting  the  exact  commands  that  the  patients  send  to  the 
prosthesis  (S,  6,  7).  Since  most  of  the  commands  are  very 
short  in  duration  (the  hand  can  go  from  fiilly  closed  to  fiilly 
opened  in  one  second  or  less  (8,  9,  10)  ),  the  human  eye 
cannot  follow  all  motions  described  by  the  prosthesis.  It 
would  be  useful  for  the  therapist  to  know  the  exact 
movements  requested  of  the  prosthesis  in  order  to  as.sess  how 
well  a  patient  is  able  to  control  hisVher  prosthesis  and  if 
functional  control  is  improving  over  time.  Tlie  therapist  can 
then  adjust  the  exercises  given  to  the  patient  so  that  the 
movements  with  which  he  or  she  has  the  most  difficulties  can 
be  improved. 

STATEMENT  OF  THE  PROBLEM 

It  was  decided  to  develop  a  computer-based  assessment 
program  for  amputees  fitted  with  a  two-function 
pFO<tbe«is,which  would  record  with  precision  the  patient's 
myoelectric  response  to  a  displayed  task.  The  program 
would  also  store  patient  information  and  keep  an  on-going 
record  cf  the  patient's  performance. 

DESIGN 

The  assessment  program  was  designed  to  meet  the  following 
requirements: 


•  the  patient  is  to  be  wearing  the  prosthesis  socket  at  the 
time  of  the  evaluatior  because  the  socket  will  provide  the 
confinement  that  the  patient  experiences  w4ien  wearing  hisVher 
prosthesis  and  the  electrodes  will  be  correctly  positioned. 

•  computer  graphics  display  is  to  be  used  for  visual  feedback 
and  should  re^nd  in  the  same  maimer  as  the  prosthcuC  hand 
to  the  electric  control  signals  that  the  amputee  selects. 

•  the  tasks  that  are  demanded  of  the  amputee  must  be 
displayed  in  a  clear  and  non-confiising  manner  oa  the  screen. 

•  the  information  recorded  during  the  evaluation  is  to  include 
all  movements  (open,  close),  rest  period  and  cocontractions 
and  is  to  be  filed  and  examined  at  a  later  time. 

•  the  assessment  program  must  be  iix>tivating  for  children  as 
young  as  3  and  4  years  old  whose  attention  span  is  limited. 

DEVELOPNIENT 

During  the  evaluation,  the  patient  wears  bisVher  prosthesis 
with  the  hand  removed;  the  signal  from  the  prosthesis  control 
unit  to  the  hand  motor  is  input  to  the  computer's  serial  port 
via  an  interface  box.  It  is  important  that  there  is  no 
modification  of  the  computer  so  that  the  cost  of  the  system  is 
minimized,  making  it  affordable  to  a  large  number  of 
hospitals  and  rehabilitation  centres. 

The  visual  display  was  chosen  to  be  an  animated  hand  so  that 
the  child  could  relate  to  the  function  of  hisVher  prosthesis. 
The  hand  can  be  positioned  in  20  pre-defined  positions  and 
the  right  hand  or  the  left  hand  may  be  selected. 

A  mirror  image  of  the  animated  hand  in  a  selected  target 
position  is  used  to  demand  a  task  of  the  amputee  (Fig,  1). 

Every  time  the  child  reaches  the  required  position  with  the 
animated  hand,  a  reward  consisting  of  an  attractive  image  and 
a  short  melody  is  offered.  This  encourages  the  child  to 
continue  the  assessment  program  and  give*  himVher  a  sense 
of  accomplishment.  Three  levels  of  difficulty  are  available 
in  order  to  keep  the  assessment  program  challenging  for  the 
child. 

The  program  is  menu  driven  to  facilitate  use  by  a  therapist. 
Four  main  options  are  given  to  the  therapist  at  the  beginning 
of  the  program: 

-  demoostration  of  the  program 

-  evaluation  of  a  new  patient 

-  repeat  evaluation  of  a  patient 

-  viewing  patient's  results 

The  therapitit  also  chooses  the  level  of  difficulty  and  an  exit 
option  is  availal!e  many  times  during  the  program  (Fig,  2). 

EVALUATION 

The  assessment  program  is  w.:>rfcing  and  is  ready  to  be 
clinically  evaluated.  It  is  felt  that  occupational  therapists  are 
the  most  qualified  to  perform  an  objective  evaluation  and  the 
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program  will  be  sent  to  3  different  centres  for  evaluation  and 
modification. 

CONCLUSION 

This  program  was  initially  designed  to  delect  control 
problems  of  young  myoelectric  hand  users  and  to  assess 
improvement  of  prosthesis  control  with  time  and  training.  It 
could  also  be  used  as  a  training  device,  if  it  were  presented 
in  a  game  form  with  more  attractive  rewards  and  a  scoring 
system. 

This  program  fills  a  need  in  the  prosthetic  clinic,  where 
previously  therapists  had  no  objective  method  of  myoelectric 
control  assessment. 
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Fig.  1:  Visual  display 
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Abstract 

The  Therabot"  is  being  developed  to  be  used  in 
the  rehabilitation  of  physically  disabled 
individuals.  It  addresses  the  needs  of  physical 
rehabilitation  specialists  by  providing  an 
evaluation  tool,  an  exercise  modality,  and  a 
research  tool.  The  Therabot"  is  an  integrated 
system  consisting  of  a  robotic  arm,  data 
acquisition  system,  task  components,  and 
sophisticated  software. 

The  development  of  this  system  is  significant  in 
that  it  satisfies  requirements  for  providing 
physical  rehabilitation  to  patients  who  have  a 
vast  array  of  physical  ailments  including  or 
resulting  from  cerebral  vascular  accident, 
bums,  multiple  sclerosis,  arthritis,  prosthetic 
use,  and  cerebral  palsy. 

Introduction 

The  system  is  being  designed  for  upper  extremity 
therapy  and  research  encompassing  activities  of 
coordination,  range  of  motion,  quality  of  motion, 
strength,  and  endurance. 

Patients  will  interact  with  the  system  by  following 
the  motion  of  the  robot  with  their  affected  limb, 
apply  force  to  the  robot  or  resist  forces  of  the 
robot,  and  manipulating  objects  of  various  shapes. 

The  therapist  determines  the  appropriate  activities 
to  be  performed,  the  length  of  the  sessions,  and  the 
movement  pattern  of  the  robot.  This  allows  the 
therapist  to  customize  the  activities  to  meet  the 
individual  needs  of  each  patient. 

The  system  measures  various  parameters  including 
force  exerted  by  the  patient,  quality  of  motion, 
range  of  motion,  time  to  complete  activities,  and 
the  number  of  repetitions  successfully  completed. 

The  system  provides  feedback  to  the  patients  as 
they  are  interacting  with  the  system.  This  feedback 
is  auditory,  visual,  and  tactile  depending  on  the 
needs  of  the  patient.  A  report  of  the  patients' 
progress  is  provided  for  the  therapist  and/or 
researcher.  These  reports  can  be  used  for  analysis 


and  further  activity  planning. 
Background 

The  development  of  the  Therabot"  is  a  significant 
enhancement  to  the  work  conducted  on  the  Robotic 
Exercise  System  (RES)  described  in  Kristy  [1]. 
The  RES  is  a  pilot  system  developed  for  purposes 
of  evaluating  the.  acceptance  of  the  concept,  that  is, 
the  use  of  a  sysiem  which  includes  a  robot  arm,  in 
the  rehabilitation  process.  The  Therabot"  is  a  new 
system,  which  builds  upon  the  RES  concept. 

Discussion 

The  development  of  the  Therabot",  which  is 
currently  in  progress,  consists  of  designing  a  robot 
that  is  suitable  for  this  application,  writing 
software,  and  developing  the  interactive  devices. 

The  robot  will  have  state-of-the-art  safety  features, 
and  have  a  work  envelope  '.^v.  's  <mit?hl''  for 
therapeutic  activities.  The  software  will  control  the 
robot's  movements  and  record  the  patients' 
responses  and  performance.  The  devices  which  the 
patients  interact  with  to  perform  the  activities  are 
being  developed. 

The  activities  performed  with  the  system  and  the 
feedback  provided  by  the  system  will  not  be  able  to 
replace  the  therapists'  responsiveness  to  the 
patients'  progress.  The  system  is  being  designed 
for  therapists  and  researchers  to  use  as  an 
additional  tool  in  the  therapeutic  process. 

i.  This  system  is  designed  to  be  used  as  a 
standardized  evaluation  tool  to  determine 
fi-.nctional  assessment. 

The  issue  of  functional  assessment  is 
essential  due  to  the  fact  that  rehabilitation 
specialists  are  beinp,  required  to  provide 
objective  data  Indicating  a  patient's 
functional  outcome  and  progress  [2]. 

Since  the  system  is  able  to  measure  range 
of  motion,  quality  of  motion,  and  is  reliable 
in  terms  of  accuracy,  speed,  and  repetition, 
it  can  be  used  as  a  standard  evaluation  tool. 
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DEVELOPMENT  OF  THE  THERABOT": 


2.  The  system  is  an  effective  therapeutic 
modality  providing  customized  activities 
based  on  individual  patient  requirements. 

The  system  simulates  activities  currently 
used  in  the  physical  rehabilitation  process. 
The  system  precisely  measures  and  guides 
the  motion  of  the  patients'  limbs.  This  will 
allow  repetitive  exercises  to  be  developed 
by  the  therapist  meeting  the  therapeutic 
requirements  of  each  patient.  The  exercise 
task  components  allow  for  a  vast  array  of 
motions,  grasping  and  prehension  patterns, 
and  strength  and  endurance  activities. 
These  components  include  push  buttons, 
knobs,  and  other  interactive  devices. 

3.  The  versatility  of  the  system  makes  it  a 
valuable  research  tool. 

Rehabilitation  units  are  facing  problems  of 
scarce  resources.  In  order  to  facilitate  the 
resources  available,  length  of  stay  (LOS) 
predictions,  and  patient  functional  outcome 
would  be  beneficial. 

The  system  can  be  used  to  collect  data  on 
patient  progress,  from  initial  assessment  up 
to  discharge,  so  that  it  may  be  analyzed  to 
formulate  predictions  for  length  of  stay. 

It  is  also  useful  in  determining  the 
effectiveness  of  particular  e  x  e  r  c  i  s  e 
activities  for  the  varying  patient 
populations. 

The  system  is  innovative.  It  has  the  capability  of 
being  an  effective  tool  in  the  rehabilitation  process. 
The  system  docs  not  meet  every  need  of  every 
patient.  For  example,  patients  just  beginning 
rehabilitation  after  suffering  a  stroke,  probably  will 
not  benefit  from  the  system.  These  patients  will 
most  likely  benefit  from  the  system  as  progress  is 
made  in  recovery.  The  applications  to  the  various 
diagnostic  groups  will  be  determined  during  further 
design,  development,  and  evaluation  phases. 
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Desion  and  Testing  of  Four  Underarm  Crutches 
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Abstract 

This  article  reports  on  a  project  to  design, 
build  and  test  four  different  designs  of  crutches 
to  determine  if  they  offer  promise  for  more 
efficient  gait  for  users.  Results  from  testing  with 
five  disabled  and  five  normal  subjects  showed 
that  the  suspension  crutch  was  the  most 
energy  efficient  and  has  promise  but  that  none 
showed  statistically  significant  energy  savings. 

Background 

Crutches  have  not  changed  significantly  over 
5000  years  of  use(1).  There  are  many  reasons 
-  physiological  and  psychological  -  why  it  is 
good  to  stand  and  walk  rather  than  sit  and 
have  wheeled  mobility  (2).  However,  it  takes 
roughly  twice  as  much  energy  for  a  person 
with  paraplegia  to  walk  with  crutches  than  an 
able-bodied  person  to  walk  normally  (3). 

Research  Question 

This  project  was  undertaken  to  look  at  the 
feasibility  of  different  designs  of  crutches  to 
lower  the  high  energy  cost  of  crutch  gait  and 
thereby  make  the  use  of  crutches  a  better 
option  than  the  use  of  wheelchairs,  which  are 
more  expensive,  have  physiological  and 
psychological  disadvantages,  and  are  more 
architectually  restrictive. 

Method 

Design  and  Construction  (See  Fig.  1-4) 

The  roller  or  rocker  crutch  was  put  forth  by  Joll 
in  1917  (4)  and  by  Hall  in  1918  (5).  Lumex, 
lnc.(6)  currently  makes  the  Sure-Gait  Axillary 
Crutch  which  has  a  small  roller  bottom  the 
same  width  as  the  double  uprights.  The 
concept  is  that  the  arc  is  a  segment  of  a  circle 
with  the  center  at  the  shoulder  so  that  the 
shoulder  stays  more  level  in  walking  and  that 
the  stride  length  is  increased  by  the  length  of 
the  rocker. 

The  spring  or  pogo  crutch  was  described  by 
Lewin  in  1928  (7)  and  by  Shoup  in  1980  (8). 
The  concept  is  that  it  absorbs  shock  at  ground 
contact  and  gives  energy  return  at  push  off. 


The  saddle  or  suspension  crutch  was 
introduced  by  Taylor  in  1883  (9).  The  saddle 
or  harness  is  connected  to  suspenders  which 
extend  to  the  crutch  axilla  pads,  thus  allowing 
a  person  to  bear  weight  on  the  perineal  area 
rather  than  the  arms.  It  is  relatively  light  in 
weight  and  uses  standard  axillary  crutches. 

The  prosthetic  foot  crutch  was  proposed  by 
LeBlanc.  The  concept  is  to  have  a  crutch  that 
"walks".  An  energy  storing  prosthetic  foot  is 
used  at  the  bottom  of  the  crutch.  The  action  of 
this  crutch  is  like  the  roller/rocker  crutch  in  tnat 
it  provides  greater  stride  length  and  like  the 
spring/pogo  crutch  in  that  it  has  springiness. 


FiR.   1.  Roller  or  Rocker  Crutch 
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Kour  Uiidorarra  Crutclio.s 


Fig.   2.  Spring  or  Pogo  Crutch 


Kig.  -4.  Prosthetic  Foot  Crutch 


Testing 

Five  regular  crutch  users  and  five  normal 
subjects  were  tested  using  the  four 
experimental  crutches  versus  standard 
underarm  crutches  in  swing-through  gait  by 
walking  around  an  indoor  oval  track  at  self- 
selecled  comfortable  speeds.  The  Energy 
Expenditure  Index.EEl  (10)  and  average 
velocity  for  several  runs  for  each  subject  and 
each  crutch  v/ere  taken.  Data  was  recorded 
and  analyzed  using  the  Student  t-test,  paired 
t-test  and  t-test  for  independent  means. 

Results 

Results  indicated  that  the  suspension  crutch 
was  the  lowest  in  energy  expenditure. 
However,  none  of  the  four  experimental 
designs  showed  statistically  significant 
improvement  in  energy  expenditure  versus  the 
standard  underarm  crutches  currently  In  use. 


lii;.    1.   s.ulilli'  or  Sufipcns i oil  Outfli 
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Four  Underarm  Crutclios 


Discussion 

The  suspension  crutch  is  the  most  novel  of  the 
four  designs  and  received  the  preponderance 
of  positive  comments  from  the  test  subjects.  It 
was  perceived  to  give  weight  relief  but  also  felt 
slower  and  less  stable.  One  subject 
summarized  it  as  requiring  the  most  sl<ill  but 
the  least  effort.  Based  on  the  objective  and 
subjective  test  results,  it  is  the  opinion  of  the 
authors  that  the  suspension  crutch  has 
potential  and  merits  further  research. 


Acknowledgments 

This  work  was  supported  with  funding  from  the 
US  Dept.  of  Education,  National  Institute  on 
Disability  and  Rehabilitation  Research, 
Innovation  Grant  No.  H133C90065-89. 

The  authors  thank  (1)Terry  Shoup,  PhD  for  his 
ideas  and  loan  of  pogo  crutches  for 
examination,  (2)  Jessica  Rose,  RPT,PhD,  for 
assistance  in  measuring  EEI,  (3)  Theresa 
Buckley,  MS  for  help  in  conducting 
performance  tests,  and  (4)  Doug  Willlams.PhD 
for  statistical  expertise. 

References 

1 .  RovicK,  Joshua,  S.,  Kinematic  and 
Pendular  Aspects  of  Swing-Through 
P;^rgpl9qi(?  Crutch  Ambulation,  MS  Thesis  in 
Biomedical  Engineering,  Northwestern 
University,  July  1982. 

2.  Axelson,  Peter;  Gurski,  Dennis;  &  Lasko- 
Harvill,  Ann;  "Standing  and  Its  Importance  in 
Spinal  Cord  Injury  Management,"PrQcefidings 
f^f  1Qth  Annual  RESNA  Conference,  pp.  477-9, 
June  19-23, 1987. 

3.  Fisher,  S.V.  &  Patterson,  R.P.,  "Energy  Cost 
of  Ambulation  with  nriitchfls."Archives  of 
Physical  Medicine  «■  Rehabilitation.  Vol.  62, 
No.  6,  pp.  250-6,  June  1981 . 

4.  Joll,  C.A.,  "An  Improved  Crutch,"  Lancet. 
Vol.  1,p.  538, 1917. 

5  Hall  Robert  G.,  "A  Rolling  Crutch,",  Joyma! 
of  the  AMA.  Vol.  70.  No.  10, 1918. 

6.  LUMEX,  Inc.,  100  Spence  St.,  Bay  Shore, 
NY  11706,  (800)  645-5272. 

7.  Lewin,  Philip,  "An  Adjustable  Spring 
Crutch,"  Journal  of  Bone  and  Joint  Surgery. 
Vol.  10,  pp.  819-821, 1928. 

8.  Shoup,  T.E.,  "Design  and  Testing  of  a 
Child's  Crutch  with  Conservative  Energy 
Storage,"  Transactions  of  the  ASME.  Vol.  102, 
October  1980. 


9  Taylor,  James  R.,  "A  New  Saddle-Crutch," 
Tha  MBriical  Record.  Vol.  24,  p.  136,  August  4, 

1983-  .       .  ■ 

10  Rose,J.;  Gamble,J.;  Burgos,  A.;  Medeiros, 

J.;  Haskell,  W..  "Energy  Expenditure  Indices  of 
Walking  for  Normal  Children  and  for  Children 

with  Cerebral  Palsy",  n.;ivBl.  Med.  &  Child. 

Neurology.  32,  333-340  (1990). 

Maurice  A.  LeBlanc,  MSME,  CP 
REC  Director  of  Research 
Packard  Children's  Hospital 
725  Welch  Rd. 
Palo  Alto,  CA  94304 
(415)  497-8192 
FAX  (415)  497-81. 


RESNA  International  ^  •  June  6-11,  1992 

474 


459 


PI. 12 

Description  of  Video  Progr?mining  for  the  Blind  Audience  -- 
How  It  Is  Done  and  How  It  Is  Delivered  to  the  Consumer 
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Abstract 

The  adoption  by  the  FCC  of  an  industry  standard 
for  "Multichannel  Television  Sound"  (MTS), 
together  with  satellite  distribution  of  programs  from 
the  network  to  station  affiliates,  means  that 
specially  described  versions  of  TV  programs  can  be 
delivered  to  the  blind  consumer  via  off-the-shelf 
station  equipment  and  television  sets.  All  stages  in 
creation  and  service  delivery  are  addressed:  writing 
the  description,  narration,  preparation  of  the  special 
videotape  to  be  aired  (or  to  be  distributed  in  VCR 
format),  network  distribution,  and  ultirnately, 
transmission  and  reception  via  the  "Second  Audio 
Program"  (SAP)  subcarrier.  A  comparison  is  made 
with  "closed  captioning"  for  the  hearing  impaired. 

Based  on  a  technical  viability  study  undertaken  by 
the  author  for  OSERS,  the  present  paper 
summarizes  the  state  of  the  art  in  this  technology. 

Problem  and  Background 

Before  mechanisms  emerged  by  which  special 
audio  channels  could  be  dedicated  for  use  by  the 
blind  and  visually  impaired  (adding  subcarriers  to 
the  signals  of  broadcast  stations),  blind  TV 
"viewers"  had  to  rely  on  family  and  friends  to  fill  in 
missing  information  presented  visually.  In  1981, 
soon  after  "radio  reading  services"  were  installed  in 
major  cities  (using  the  67kHz  subcarrier  of  FM 
broadcast  stations),  the  Washington  Ear  radio 
reading  service  undertook  a  pilot  project  of 
describing  a  few  programs  of  the  Public 
Broadcasting  Service  (PBS).' 

The  disadvantage  of  using  radio  reading  services  is 
that  there  is  usually  only  one  per  service  area; 
newspaper  and  magazine  reading  would  be 
preempted  by  each  described  program. 

In  1984,  the  Federal  Communications  Commission 
(FCC)  adopted,  as  "a  protected  standard,"  a  protocol 
for  "multichannel  television  sound"  (MTS).  Not 
only  does  this  system  accommodate  stereo  audio, 
but  3  "second  audio  program"  (SAP)  subcarrier  is 
also  defined. 

Since  1990,  PBS  has  been  distributing,  through  its 
network,  a  selection  of  programs  carrying  a  mixture 
of  the  original  program  sound  track  and  a  nanated 
audio  description  over  a  separate  audio  channel. 
While  radio  reading  services  have  been  known  to 
transmit  this  audio,  the  primary  delivery  to  the  blind 
consumer  has  been  via  the  "SAP"  subi  ..irrier  of 
affiliated  TV  stations  who  have  that  capability. 


The  emergence  of  home  videotape  has  become 
another  delivery  system.  Specially  prepared  video 
cassettes  bearing  description  are  available  from  at 
least  three  sources. 

Method/Approach 

The  description  of  video  action  is  read  by  a  narrator 
using  "narration  to  picture"  techniques  normally 
employed  in  making  documentaries.  The  narrator 
reads  from  a  printed  script  containing  timing 
information  and  other  cues.  Timing  is  important  so 
that  descriptive  phrases  can  fit  between  passages  of 
dialogue  on  the  program  sound  track.  The  script, 
printed  with  time-code  information  in  the  margin, 
can  be  created  in  two  ways: 

(1)  A  so-called  "burned-in  window  dub"  of  the 
videotape  can  be  made  at  any  video  production 
laboratory;  this  shows  timing  information  on  the 
screen.  Using  this  "dub,"  and  with  the  aid  of  a 
hand-held  time-code  calcula.or,  a  description  script 
can  be  typed  or  handwritten.  Tiiis  system  has  no 
flexibility,  however;  if  the  time  code  is  shifted  by 
insertion  of  announcements  and/or  late  program 
changes,  the  time-code  numbers  noted  in  the  margin 
will  be  incorrect. 

(2)  Computerized  editing  stations  with 
synchronous  tape  machines  can  be  used.  These 
have  a  so-called  "tape  logging  feature"  (used  for 
making  detailed  tape  labels)  which  gives  the  writer 
a  basic  word  processor  and  the  ability  to  print  a 
script  with  automatic  assignment  of  rime-code 
numbers.  Where  even  minor  changes  render 
previous  time-code  information  obsolete,  these 
editing  stations  allow  automatic  reassignment  of 
timing  information  which  can  be  reprinted  at  the 
last  minute. 

WGBH-TV,  Boston,  has  assembled  a  customized 
script-writing  setup  which  they  use  for  their 
Descriptive  Video  Service  (DVS,  a  registered 
service  mark).  Thus,  a  costly  editing  station  is  not 
underutilized  by  a  description  writer  who  is  only 
interested  in  the  tape  logging  feature;  in  addition, 
their  system  has  features  of  particular  utility  for 
creating  the  script.  For  example,  the  speech  rate  of 
the  narrator  can  be  entered  into  the  computer. 
Then,  if  a  descriptive  phrase  is  too  long  to  fit  into  a 
selected  silent  passage,  the  computer  informs  the 
writer  of  this  fact,  and  can  be  called  upon  to  read 
that  phrase  in  synthetic  speech  to  show  the  writer 
what  it  would  sound  like  if  it  were  narrated  fast 
enough  to  fit  in. 
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Video  Description  for  the  Blind 


Synchronous  audio  and  video  tape  machines  are 
now  commonplace,  and  these  play  an  essential  role 
in  synchronizing  and  mixing  the  narrative 
description  with  the  program.  The  Society  of 
Motion  Picture  and  Television  Engineers  (SMPTE) 
has  created  telemetry  systems  whereby  time-code 
information  can  ride  either  on  a  low-fidelity  audio 
track,  or  on  "field  A"  of  video  lines  16  and  18. 
Thus,  a  narrated  master  audio  tape  of  the  program  is 
automatically  synchronized  with  the  video  program, 
and  a  new  track  containing  this  special  sound  track 
is  recorded  onto  the  tape  to  be  aired. 

The  network  must  then  arrange  for  an  added  audio 
channel  to  feed  the  extra  sound  track  to  the  satellite 
uplink.  For  now,  there  is  no  shortage  of  bandwidth 
for  satellite  transmission  of  the  added  information. 
Commonly,  27  MHz  transponder  channels  cany  a 
single  program,  and  plug-in  modules  for  adding 
new  audio  channels  are  only  a  few  hundred  dollars 
each. 

At  the  broadcast  station,  the  extra  audio  must  be 
routed  from  the  satellite  downlink  to  the  SAP 
generator  on  the  transmitter  exciter.  The  addition  of 
SAP  is  an  inexpensive  option  on  modern  transmit- 
ters. 

The  SAP  subcarrier  is  a  narrow-band  FM  (10  kHz 
deviation)  signal  which,  in  turn,  is  made  to 
frequency  modulate  the  main-channel  audio  carrier 
of  the  TV  signal.  Its  center  frequency  (f^.  =  78.67 
kHz)  is  5  times  the  horizontal  sweep  rate;  the  center 
frequency  of  the  encoded  signal  and  that  of  the 
decoder's  discriminator  are  phase-locked  to  the 
horizontal  swccp.^ 

Being  a  "protected  standard"  means  that  broadcast 
stations  are  free  to  generate  subcarriers  different 
from  this,  but  that  standard  consumer  equipment  is 
made  to  recognize  the  SAP  subcarrier  as  a  standard 
if  its  injection  deviates  the  main  carrier  more  than 
7.5  kHz,  with  a  maximum  of  15  kHz  being 
allowed.' 

Frequency  prefimphasis  and  dbx  noise-reduction  are 
used  to  optimize  the  sound  quality  of  the  SAP 
channel.  A  10  kHz  audio  bandwidth  can  be 
achieved,  and  a  signal-to-noise  ratio  of  greater  than 
60  dB  can  be  attained  in  good  reception  areas. 

Typically,  SAP  receiving  capability  is  a  feature  of 
medium-priced  stereo  television  sets  and  on  higher- 
priced  VCRs.  No  special  modification  for  blind 
users  is  needed  on  these  sets.* 

Comparison  with  Closed  Captions  for  the 
Hearing  Impaired 

Comparing  the  distribution  and  service  delivery  of 
video  description  with  closed-captioning  for  the 
hearing  impaired  brings  to  light  areas  where 
improvements  and  new  innovation  can  lead  to  more 
widespread  implementation.  For  example,  once 
captions  for  the  hearing  impaired  are  written  for  a 


program,  they  are  multiplexed  into  the  video  signal 
(using  both  fields  of  line  21 );  captions  require  no 
special  handling  by  the  broadcasters,  and  they 
remain  a  part  of  the  video  signal  on  home  VCR 
tapes,  all  the  while  being  transparent  to  the  hearing 
user. 

In  contrast,  video  descriptive  audio,  as  currently 
implemented,  requires  special  handling  by  networks 
and  affiliates.  Switching  routers  and  audio  consoles 
used  in  television  have  no  provision  for  handling 
this  extra  audio  channel.  Routing  the  signal 
requires  parallel  connection  of  spare  signal 
circuitry;  networks  have  expressed  apprehension 
that  such  special  arrangements  would  lead  to  errors 
in  the  broadcasts.  Finally,  home  videotapes  have  no 
extra  tracks  on  which  to  record  a  special  audio 
channel,  so  adapted  programs  are  not  transparent  to 
the  sighted  user,  and  description  can  only  be  gotten 
on  specidly  prepared  tapes. 

Future  Developments 

Two  emerging  technologies  hold  promise  in 
mitigating  these  problems: 

(1)  At  the  1990  Convention  of  the  National 
Association  of  Broadcasters,  a  session  called 
"Television  Audio"  contained  papers  describing 
microcontroller-based  "audio-follows- video" 
equipment  whose  "setups"  can  be  saved  on 
diskettes.  The  trend  toward  computerized  program 
handling  will  eventually  lead  to  the  point  where  the 
"special  arrangements"  so  feared  by  broadcasters 
will  soon  be  reduced  to  automatic  loading  of  system 
configurations.' 

(2)  Funded  by  NIDRR,  the  Engineering  Division 
of  WOBH  in  Boston  is  developing  a  scheme  for 
multiplexing  an  audio  channel  into  Sie  video  signal 
-  probably  encoding  it  onto  three  or  four  unused 
video  lines  in  the  vertical  blanking  interval.  This 
woulu  achieve  true  parity  with  closed-captioning  for 
the  hearing  impaired. 

A  decoder  for  retrieving  audio  from  the  video  signal 
could  be  in  the  consumer's  equipment.  Or,  a  TV 
station  already  using  SAP  for  video  description 
could  connect  Ae  decoder  to  their  SAP  generator. 

The  U.S.  system  of  multichannel  television  sound 
has  not  Ijeen  adopted  in  Canada.  Therefore,  the 
Canadian  Department  of  Communications  has 
expressed  support  for  the  pending  WOBH  encoding 
system,  and  they  intend  to  create  inexpensive 
decoders  suitable  for  visually  impaired  consumers. 

Conclusion 

Given  that  the  aforementioned  technologies  have 
made  video  description  realizable  and  that  future 
transmission  techniques  will  minimize  its  special 
handling  by  broadcasters,  consumers  may  look 
forward  to  more  accessible  programs.  However,  the 
impetus  for  continued  effort  is  driven  by  the 
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availability  of  programming.  Captioning  for  the 
hearing  impaired  is  almost  universally  broadcast; 
this  no  doubt  led  to  the  passage,  by  Congress,  of 
the  Television  Decoder  Circuitry  Act  (effective  in 
1993).  If  described  programs  exist  in  quantities  that 
stimulate  consumer  interest,  ways  to  distribute  and 
deliver  them  will  be  optimized  to  suit  consumer 
demand. 
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Abstract 

An  innovative  fax-based  reading  service  allows  a 
print-handicapped  client  to  fax  reading  material  to 
a  remote  sighted  reader,  who  will  read  it  back  to 
him  over  the  telephone.  It  provides  convenient, 
cost-effective  and  timely  print  accessibility  for  the 
blind,  while  creating  employment  opportunities  for 
sighted  readers  who  arc  individuals  with  restricted 
mobility  and  profit  from  home-based  employment. 
It  also  addresses  the  implementation  of  the  ADA 
provisions  on  reasonable  employment 
accommodation  (which  includes  access  to  print  by 
the  visually  impaired). 

Statement  of  Problem 

This  project  addresses  a  significant  need  for  the 
blind  and  visually  impaired  population  ~  access  to 
the  printed  word.  In  addition  to  blind  and  low 
vision  people  who  may  not  be  able  to  see  the  print, 
stroke,  head-injured,  or  autistic  persons  may  not  be 
able  to  assimilate  printed  language  on  the  page.  In 
a  typical  day,  a  sighted  person  routinely  opens 
mail,  reads  instructions  and  recipes,  deposits 
checks,  reads  TV  guides,  selects  audio  and  video 
tapes,  clips  coupons,  reads  correspondences, 
invoices  and  bills,  looks  at  pict  jrcs  and  graphs,  and 
accesses  many  other  forms  of  print.  The  blind 
individual  has  routine  access  to  few,  if  any,  of 
these. 

The  phenomenal  growth  of  facsimile  usage  in 
offices  is  a  new  and  unmet  challenge  to  the 
print-handicapped  office  worker.  Because 
facsimile  technology  is  graphical  in  nature,  it  is  not 
coded  in  a  manner  that  allows  direct  conversion 
into  speech. 

Rationale 

All  of  the  above  printed  materials  could  be  made 
accessible  on  demand  by  the  remote  human  reader 
system  of  t'le  type  we  are  developing.  We  are 
experimenting  with  a  fax-based  remote  reading 
service  for  the  target  population  through  a  system 
in  which  the  blind  and  print-handicapped  person 


faxes  written  material  to  a  remote,  sighted  reader 
who  then  reads  it  back  to  him  over  the  telephone. 
The  system  which  has  been  developed  handles  any 
kind  of  written  or  graphical  information. 

Among  the  provisions  of  the  Employmera  section 
of  the  Americans  with  Disabilities  Act  is  the 
requirement  for  reasonable  accommodation  in  the 
workplace.  This  law  requires  "...  the  provision  of 
qualified  yeaders  or  interpreters,  and  other  similar 
accommodations  for  individuals  with  disabilities" 
(Title  I,  Sec.  101,  9.B).  We  believe  the  proposed 
remote  reader  system  will  provide  a  cost-effective 
method  for  employers  to  meet  this  requirement  for 
their  blind  or  print-handicapped  employees. 

Design 

The  end  point  of  this  study  is  to  provide  both 
government  and  industry  with  the  information  they 
need  to  realistically  access  technology  transfer 
feasibility  of  this  system.  Strong  emphasis  has 
been  given  to  designing  a  syster;'.  which  will 
exploit,  rather  than  be  limited  by,  the  important 
real-world  requirements  of  economy  of  scale  and 
flexibility  in  the  face  of  emerging  technologies. 

The  major  hardware  components  are  three 
high-speed,  but  inexpensive,  MS-DOS  computers 
(33  MHz)  for  the  readers.  They  are  configured 
with  high  resolution  "full  page  display"  monitors 
and  facsimile  boards.  The  fax  boards  also  function 
as  a  high-speed  modem  (9600  baud).  Flat-bed  fax 
machines  are  used  by  the  blind  clients  to  transmit 
documents  to  the  sighted  readers. 

A  major  project  design  consideration  has  been  its 
transferability  to  a  real-world,  permanent 
implementation.  To  promote  and  demonstrate 
manageability  of  a  large  scale,  decentralized 
system,  all  functions  of  the  readers'  computers  arc 
remotely  accessible  by  the  system  manager.  This 
means  that  software  updating,  retrieval  of  reader 
statistic  files,  and  trouble-shooting  takes  place 
directly  from  the  project  office  by  these  high-speed 
modems  and  obviates  the  need  for  the  manager  to 
travel  between  reader  sites. 
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a.  Participants 

Because  this  is  a  telecommunications  project,  the 
mobility  impaired  "readers"  can  work  from  their 
homes.  The  service  operates  daily  from  1:00  p.m. 
to  9:00  p.m.,  to  include  parts  of  the  working  and 
leisure  periods  of  the  day. 

Twenty  local  and  five  distant  blind  recipients  and 
users  of  fax  machines  are  the  initial  subjects  in  the 
study.  These  blind  consumers  present  a  broad 
spectrum  of  reading  needs.  They  use  the  system  for 
both  personal  and  professional  reasons  and  have 
extended  periods  in  their  day  during  which  other 
types  of  reading  assistance  is  not  at  hand.  The 
local  users  inclfde  a  college  English  teacher,  a 
lawyer  whose  specialty  is  legal  issues  around 
disabilities,  the  blind  owner  of  a  small  business 
which  specializes  in  high  technology  augmentation 
devices  for  the  blind,  the  president  of  a  blind 
consumer  organization  who  lives  alone,  one 
computer  company  representative,  three  blind 
in- house  staff  members,  and  members  of  a  living 
skills  center  for  the  visually  handicapped  which 
serves  as  a  residence  for  fourteen  blind  students. 
The  recent  donation  by  Allnet  Communications 
Services  of  toll-free,  long-distance  access  for  10 
users  has  allowed  us  to  also  include  two  blind 
faculty  members  of  an  academy  in  the  Midwest, 
two  owners  of  businesses  specializing  in  high 
technology  augmentation  devices  in  Oregon  and 
two  residents  of  Southern  California. 

b.  Data  Collection 

Individual  Transaction  Records  for  each  document 
received  by  die  reader  are  entered  directly  by 
computer  into  an  on-screen  form.  This 
questionnaire  captures  salient  information  such  as 
1)  page  layout  (handwriting,  print,  or  graphics);  2) 
typt  of  document  (categories  within  personal  or 
business);  3)  time  to  receive  and  review  document; 
and  4)  reader  and  client  comments.  The  data  from 
these  entries  are  automatically  appended  to  a 
database  resident  in  the  reader's  computer.  The 
data  file  containing  these  statistics  are  routinely  and 
automatically  copied  to  the  system  manager's 
computer  by  way  of  high-speed  modem  for 
analysis. 

The  system  manager  administers  a  brief  telephone 
questionnaire  to  customers  and  readers  each  month 
in  order  to  determine  if  the  remote  reader  service  is 
living  up  to  customer  expectations.  This  Monthly 
lntcr\-iew   focuses   on    early    identification  of 


problems  by  exploring  such  issues  as  1)  desired 
daily  hours  of  operation,  2)  level  of  customer 
confidence  in  reader's  ability,  and  3)  adequacy  and 
reliability  of  the  equipment. 

In  addition,  the  system  manager  polls  each 
customer  by  telephone  at  the  end  of  his/her  tenure. 
This  Exit  Questionnaire  will  access  the  more 
subjective  aspects  of  system  usage  such  as  his/her 
opinions  on  the  system's  usefulness,  number  of 
hours  utilized,  suggestions  for  improvements, 
comparisons  with  cuirendy  used  reading  method, 
and  wilUngness  to  pay  for  such  a  service  if 
necessary.  The  participants  are  asked  how  much 
visiting  reader  time  they  normally  normally  use, 
how  much  it  would  cost,  and  how  much  was 
potentially  saved  by  use  of  the  fax  reader  system. 

Feedback  from  users  and  readers  also  comes  from  a 
Problems  and  Suggestions  Diary  kept  by  the 
readers.  The  system  manager  maintains  close 
contact  with  both  readers  and  users  in  order  to 
identify  problems. 

Modifications  are  made  to  die  experimental  remote 
reading  service  on  an  ongoing  basis  as 
recommended  by  die  project's  Advisory  Panel 
which  includes  four  blind  persons  from  our 
community. 

c.  Data  Analysis 

The  data  is  analyzed  to  determine  the  breakdown  of 
usage  patterns,  hours  of  peak  demand  by  different 
classes  of  users,  types  of  documents  read,  average 
transmission  delay  times,  and  otiier  user  statistics. 
The  data  on  magnification  needs,  resolution,  font 
size,  etc.,  is  utilized  to  determine  wht  ther  system 
resolution  and  other  hardware  characteristics  are 
adequate.  The  proponion  of  reading  material 
requiring  a  flat  bed  versus  a  single  sheet  scanner 
for  employment  and  home  settings,  as  well  as  die 
proportion  of  handwritten,  poor  print  quality,  and 
other  categories  of  material  read  are  providing 
additional  measures  of  effectiveness  compared  with 
other  systems. 

Cost-effectiveness  of  the  system  is  determined 
based  upon  average  reader  time  per  page  read, 
approximate  telephone  time  cost,  ownership  costs 
of  synthetic  speech  reading  machines,  and  data 
from  subjects  on  the  cost  and  efficiency  of  visiting 
reader  services  they  would  normally  ust. 
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The  results  of  the  study  to  date  indicate  that  many 
of  the  reading  needs  of  the  blind  and  print  disabled 
are  being  met  by  the  present  system. 

Future  work 

Future  plans  include  the  development,  integration 
and  testing  of  new  technologies  which  approach  as 
closely  as  possible  the  "ideal"  remote  reader  ~  one 
which  would  function  in  the  same  way  as  having  a 
live  reader  in  the  same  room  as  the  user. 

A  second  direction  for  future  investigation  is 
Optical  Character  Recognition  (.OCR.)  and  speech 
output.  The  human  reader  can  visually  scan, 
evaluate,  and  describe  the  document  quickly  so  that 
the  blind  person  can  efficiently  make  a  decision  as 
to  its  disposition  (i.e.,  read  completely,  read 
account  balance  or  disregard  document).  However, 
OCR  might  be  useful  in  processing  the  subject 
document  once  disposition  of  the  document  -  as 
accessed  by  the  sighted  reader  -  has  been 
determined. 

Conclusion 

We  believe  the  proposed  fax-based  remote  reading 
service  is  an  innovative  approach  to  addressing  a 
significant  need  of  the  blind  and  print-handicapped 
target  population.  The  initial  results  of  the  study 
show  that  the  system  answers  many  of  the  reading 
needs  of  the  target  population.  A  major  project 
design  consideration  has  been  its  transferability  to  a 
real-world,  permanent  implementation.  Contacts 
arc  under  way  with  the  telecommunications 
industry  and  service  agency  professionals  to 
maximize  the  likelihood  that  a  successful 
demonstration  of  this  concept  will  lead  to 
permanent  implementation  of  a  reading  system 
which  will  impact  the  vocational  success, 
independence,  and  quality  of  life  of  countless  blind 
and  print-handicapped  individuals.  In  addition,  the 
project  uniquely  addresses  the  implementation  of 
the  ADA  by  providing  employers  with  a 
convenient,  low-cost  mechanism  for  print  access 
for  disabled  employees. 
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Abstract 

A  computer  based  technique 
for  simulating  the  tracking 
method  for  evaluating  speech 
understanding  has  been 
developed  using  a  video  disc 
playback  system  under  computer 
control.  Several  versions  of 
each  sentence  in  a  short  story 
are  stored  on  video  disc.  The 
particular  version  played  back 
at  any  given  stage  during  the 
test  depends  on  how  w«ll  the 
subject  responded  to  the 
preceding  recording.  Th° 
technique  eliminates  the 
problem  of  uncontrolled 
variabilit/  between  speakers 
(senders)  and  reduces  test- 
r>.test  variability  for  speaker- 
listener  (  sender -re ce i ver ) 
pa  i  r  s  . 


Background 

A  particularly  difficult 
problem  in  evaluating  sensory  aids 
for  hearing  impairment  is  evaluating 
the  effectiveness  of  these  devices 
in  improving  speech  communication. 
Traditional  methods  of  evaluating 
speech  communication  ability  use 
phonetically  balanced  lists  of  words 
or  sentences  as  the  basic  test 
material,  the  measure  of  performance 
being  the  percentage  of  words 
identified  correctly. 

This  approach,  although  useful, 
does  not  evaluate  how  people 
actually  communicate  by  speech. 
Normal  communication  involves  an 
interactive  process  between  the 
speaker  and  the  listener.  If  a 
word,  phrase  or  sentence  is 
misunderstood,  then  the  speaker  is 
likely  to  repeat  what  was  said, 
typically  using  different  emphasis 
or  a  change  in  the  wording. 
Listening  to  prerecorded  lists  of 
single  words  or  sentences,  as 
required  in  traditional  methods  of 
testing,  is  very  different  from  the 
normal  communication  process. 


An  alternative  method  of 
evaluation  that  is  finding 
increasing  application  is  the 
tracking  procedure  developed  by 
DeFillipo  and  Scott  (1978).  This 
procedure,  which  was  developed  for 
both  training  and  evaluation, 
requires  that  the  speaker  (referred 
to,  more  generally,  as  the  sender 
since  the  method  is  not  restricted 
to  speech )  produce  a  sentence  or 
phrase,  usually  by  reading  a  text. 
The  listener  (referred  to  more 
generally  as  the  receiver)  is 
required  to  repeat  verbatim  what 
was  said.  If  the  receiver  repoats 
the  material  correctly,  the  sender 
proceeds  to  the  next  phrase  or 
sentence  in  the  text.  If  the 
receiver  makes  an  error,  then  the 
sender  repeats  what  is  said.  How 
this  is  done  depends  on  the  sender's 
assessment  of  the  nature  of  the 
error.  The  entire  utterance  could 
be  repeated  in  much  the  same  way,  or 
with  different  emphasis,  or  only  a 
portion  of  the  utterance  might  be 
repeated.  The  receiver  is  required 
to  repeat  this  second  version  of  the 
utterance  and  the  process  is 
continued  until  a  correct  verbatim 
response  is  obtained.  The  metric 
used  to  specify  relative  performance 
is  the  number  of  words  repeated  back 
correctly  per  minute. 

The  tracking  technique  provides 
a  much  closer  approximation  to  the 
communication  process  than 
traditional  testing  techniques  and, 
as  such,  has  better  face  validity  in 
evaluating  communication  ability. 
It  can  also  be  used  as  a  training 
technique.  The  technique  is  widely 
used,  for  example j  in  training 
cochlear  implant  patients  to 
communicate  more  effectively  in 
face-to-face  communication. 

A  problem  with  the  tracking 
method  is  that  it  is  subject  to 
several  major  sources  of 
variability.  The  technique  has  been 
implemented  in  different  ways  by 
various  research  and  clinical 
groups;  the  use  of  live  voice  also 
introduces       significant  between- 
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sender  differences  and  sender- 
receiver  interactions  cat.  vary 
substantially.  For  example, 

Receiver  A  may  obtain  a  higher 
tracking  score  with  Sender  1  but  not 
with  Sender  2,  while  Receiver  B 
scores  poorly  with  Sender  1  and 
relatively  well  with  Sender  2. 

Computer         Interactive  Tracking 
Simulation  (CATS) 

A  computer- Interactive  tracking 
technique     has     been     developed  in 
order   to   control    the   above  sources 
of    variability,    thereby  increasing 
the     sensitivity     of     the  tracking 
method.    The  computer  implementation 
requires    some    modification    of  the 
tracking  method  and  is  thus  referred 
to    as     Computer    Assisted  Tracking 
Simulation    (CATS).        In    CATS,  the 
sender   is   replaced   by   a  video  disc 
playback      system      under  computer 
control.     The  receiver  views  a  video 
recording  of  the  test  utterance  and, 
as     in     the     conventional  tracking 
method,    is   required   to   repeat  what 
was     said.         If     the     utto'-  ■lu-e  is 
repeated    back    corref*l>     then  the 
video    disc    pl.i     '■    moves    onto  the 
next   ut  t  .••■Miioe   in  the  sequence.  If 
the    fi-  eiver   makes    an    error,  then 
one       of        several       other  video 
recordings  of  the  test   utter>\n<-f  is 
played  to  the  receiver.     The  choire 
of    which     video     recorriini?     to  u^o 
depends    on    the    nature    of    the  error 
made   by  the  rerei^er.     for  ev.\mple, 
if      the      rerei\-or     mi^*-''^*^      a  wor'd 
towards       the       enH      of       thf  test 
utternnre,  then  a  video  n-i  ■ .  rd  i  i\t;  of 
the      Tatter      half      of      the  test 
utterance    would    be    played;     if  the 
receiver-  made  errors  throughout  the 
test       utterance       then       a  video 
recording   of    the   entire  utterance, 
articulated    more     slowly    and  more 
precisely,   would  be  played. 

A  personal  computer  has  been 
programmed  to  select  the  video 
recording  to  be  played  at  any  given 
time.  The  computer  requires  input 
information  indicating  whether  the 
receiver  repeated  the  test  utterance 
correctly  and  ,  if  not,  the  nature 
of  the  error.  This  information  is 
currently  provided  by  the  tester  as 
the  test  progresses.  Techniques  for 
fully  automating  the  technique  using 
automatic  speech  recognition  are 
currently  beinp  investigated.  This 
application      af      automatic  speech 


recognition  is  not  as  difficult  as 
open  ended  speech  recognition  in 
that  the  computer  knows  what  the 
intended  utterance  is  and  has  only 
to  decide  whether  the  intended 
utterance  was  produced  correctly 
and,  if  not,  which  words  were 
produced  in  error. 

In  order  to  minimize  any 
variability  that  might  be  introduced 
in  the  current  version  of  CATS  due 
to  variations  in  the  tester's 
judgement  as  to  the  nature  of  the 
errors  produced  by  the  receiver,  the 
task  required  of  the  tester  has  been 
made  as  simple  as  possible.  Two 
binary  decisions  are  required  of  the 
tester,  whether  or  not  an  error 
occurred  in  repeating  the  first  half 
of  the  utterance  and  whether  or  not 
an  error  occurred  in  repeating  the 
second  half  of  the  utterance.  Given 
the  above  information,  the  computer 
can  logically  determine  which  video 
recording  should  be  played  on  the 
next  trial. 

The  CATS  system  has  been 
implemented  using  an  IBM-compatible 
personal  computer  controlling  a 
Panasonic  video  disc  player.  A  set 
of  10  paragraph-length  short  stories 
has  been  prepared.  Each  short  story 
consists  of  10  sentences.  There  are 
roughly  10  recorded  versions  of  each 
sentence,   or  portion  thereof. 

Experimental  Evaluation 

Two  experiments  have  been 
performed.  In  the  first  experiment, 
tracking  rates  data  were  obtained 
using  CATS  and  a  live  sender.  The 
results  showed  that  tracking  rates 
were  higher,  on  the  average,  for  the 
live  sender  but  that  test-retest 
variability  was  significantly  lower 
for  the  CATS  system.  More 
importantly,  the  problem  of  between- 
sender  differences  was  brought  under 
control.  An  analysis  of  between- 
story  differences  showed  that  9  of 
the  10  sets  of  video  recordings 
produced  tracking  rates  that  did  not 
differ  significantly.  The  one  set 
of  video  recordings  that  differed 
from  the  others  (by  a  small  but 
statistically  significant  amount)  is 
now  used  for  training  purposes. 

The  second  experiment  measured 
the  effect  of  apeech-to-noise  ratio 
on   tracking   rate    for   eight  normal- 
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hearing  listeners.  The  results  are 
summarized  in  the  table  below.  As 
expectedi  increasing  the  speech-to- 
noise  ratio  produced  an  increase  in 
tracking  rate.  The  steepness  of  the 
function  relating  tracking  rate  to 
speech-to-noise  ratio  was  found  to 
be  greater  than  corresponding  data 
reported  for  traditional  single-word 
speech  tests,  and  that  the 
sensitivity  of  the  automated  version 
of  the  tracking  method  was 
correspondingly  greater. 


Conclusions 

The  computer  Assist'sd  Tracking 
simulation  (CATS)  system  provides 
significant  advantages  over  the 
conventional  tracking  method  in 
terms  of  controlling  inter-sender 
differences  and  other  sources  of 
variability. 
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TABLE  1 

king  Rate  as  a  Function  of  Speech-to-Noise  Ratio 


f                                                                          Speech  to  noise  Ratio  (dn) 

-18 

-12 

-6 

0 

Tracking  Rate  (WPM) 

12.8 

17.8 

25.3 

30.0 

Between  Subjects  Std  Dev. 

7.8 

8.2 

11.7 

6.6 

Within  Subjects  Std  Dev. 

2.9 

5.2 

4.7 

8.6 

Log  Tracking  Rate  (loff  10  WPM) 

1.07 

1 .22 

1.38 

1.47 

Between  Subjects  Std  Dev. 

0.24 

0.20 

0.23 

0.11 

Within  Subjects  Std  Dev. 

0.11 

^0.14 

0.08 

0.  14 
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Abstract 

A     difficult     problem  facing 
speech    teachers     is    that  of 
evaluating  the  speech  skills  of 
deaf  children.     Experience  has 
shown    a    low    level    of  inter- 
rater  reliability  on  judgments 
of   speech  production  ability. 
Even      when      specific  rating 
criteria  have  been  delineated, 
each    rater  appears    to  be  in- 
fluenced more  by  his  or  her  own 
internal  criteria  than  by  those 
specified.    Variabi 1 ity  of  this 
type  reduces  substantially  the 
precision  with  which  the  speech 
skills  of  deaf  students  can  be 
evaluated.     This  paper  focuses 
on      t'ne      use     of  objective 
measurement      procedures  for 
speech  evaluation. 


Background 

Instrumentation    for    the  objective 
measurement       of       a       range  of 
articulatory      and      voice  source 
characteristics  has   been  developed 
and  combined  in  a  single  computet 
based      system      known      as  CISTA 
(Computer  Integrated  Speech  Training 
Apparatus).     This     system  obtains 
simultaneous  objective  measurements 
of      voice      pitch,  nasalization, 
intensity,    neck   vibration,  vowels, 
frication  and  tongue  position  during 
speech  production.     Several  sensors 
are  used.    These  include  a  laryngeal 
transducer,   a  nasal    transducer,  an 
air — flow       microphone,        and  an 
artificial     palate    for  monitoring 
tongue    placement.       The    system  is 
computerized  and   allows  the  speech 
teacher  to  display  on  a  video  screen 
any  of  the  speech  parameters  being 
monitored.      The    parameters  may  be 
displayed  singly  or   in  combination 
with    other    parameters.  Digital 
recordings  of   the  student's  speech 
and  associated  parameter  values  can 
be  stored  conveniently  for  purposes 
of      record      keeping      and  future 
anal ysi  s . 


The  purpose  of  this  study  was  to 
compare  objective  data  with  the 
teacher  ratings  in  order  to  (a) 
pinpoint  the  speech  features  most 
difficult  for  the  raters  to  assess, 

(b)  evaluate  the  parameters  that 
might  be  responsible  for  the 
discrepancy  between  subjective  and 
objective  evaluation  procedures,  and 

(c)  design  a  training  protocol  to 
reduce  the  effect  of  these 
i  nf 1 uences . 


Method 

The  Fundamental  Speech  Skills  Test 
(FSST)  developed  by  Levitt, 
Youdelman,  and  Head  (1990)  was  used 
to  obtain  data  on  a  range  of  speech 
skills.  These  included  fundamental 
aspects  of  voice  production  and 
control  as  well  as  a  sample  of 
articulation  skills.  The  test 
battery  covered  four  major  sections, 
voice  source,  pitch  control, 
suprasegmental s ,  and  spontaneous 
speech.  Speech  production  skills 
were  assessed  in  a  variety  of 
phonetic  and  phonologic  environments 
including  vowels,  syllables,  words, 
phrases,  and  spontaneous  speaking 
situations. 

The  FSST  was  administered  to  23 
severe  1 y-to- prof cu ndl y  hearing- 
impaired  students  (8-18  years  old). 
FSST  administration  was  conducted  by 
the  student's  regular  speech 
teacher.  As  each  item  was  produced, 
CISTA  monitored  all  of  the  sensors 
noted      above.  The  objective 

measurements  were  stored  on  floppy 
disks  for  a  total  of  52  disk  files 
per      student.  The  teacher's 

subjective  ratings  were  recorded 
simultaneously  on  the  FSST  test 
form.  Four  sets  of  data  were 
obtained  for  each  test  item,  two 
consecutive  ratings  by  the  student's 
speech  teacher,  one  rating  by  an 
independent  observer,  and  the 
objective  measurements  obtained  by 
CISTA. 
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The  above  procedure  allowed  for  data 
analysis  from  several  different 
perspectives:  (a)  inter — rater 
agreement,  (b)  the  consistency  of 
the  student's  speech  productions  on 
an  item-by-item  basis,  and  (c)  the 
relationship  between  objective  and 
subjective  evaluation  measures. 


Resu 1 ts 

Preliminary  analyses  have  revealed 
that  the  teachers  were  quite 
consistent  (>91X  agreement)  when 
evaluating  the  appropriateness  of 
average  voice  pitch  (for  age  and 
gender),  and  the  nutnber  of  syllables 
produced  in  words  and  phrases  (>9556 
agreement),  but  showed  some 
variability  when  assessing  breath 
stream  control  in  consonant-vowel 
environments  {<70%  agreement)  and 
suprasegmental s  including  syllable 
accent  {<n%  agreement),  word  stress 
{<n%  agreement),  and  intonation 
contours  (<6756  agreement).  The 
physical  measurements  obtained  with 
CISTA  were,  as  expected,  highly 
repeatable  (close  to  10056).  This 
allowed  for  precise  evaluations  of 
the  student's  consistency.  The 
correlation  between  objective  data 
and  the  subjective  ratings  are 
currently  being  evaluated.  Good 
agreement  has  been  found  so  far  on 
gross  pitch  characteristics  and 
sy 1 1 abl e  number . 

Several  interesting  observations 
were  made  during  the  testing.  A 
number  of  students  improved 
noticeably  in  their  productions  from 
the  first  to  second  trial.  Thes>? 
students  were  noted  to  self-correct 
and  used  the  speech  training  system 
as  a  reinforcer.  For  example,  the 
final  /sh/  in  the  word  "fish"  became 
more  refined  over  subsequent  trials 
as  the  student  cued  into  the 
feedback  from  the  visual  display. 
In  addition,  the  visual  feedback 
encouraged  certain  students  to  vary 
their  voice  pitches  to  mark  word 
stress  and/or  intonation  contours. 
These  observations  support  the 
contention  that  CISTA  has  potential 
as  a  self-monitoring  tool. 


Summary 

A  comprehensive  body  of  objective 
data  and  subjective  ratings  of 
speech  production  skills  in  hearing- 
impaired  children  has  been  obtained. 
Preliminary  analyses  indicate  that 
objective  measures  can  be  used  to 
supplement  subjective  ratings  that 
are  prone  to  high  inter-rater 
variability,  thereby  greatly 
improving  the  precision  with  which 
the  speech  of  hearing-impaired 
students  can  be  evaluated. 
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ABSTRACT 

The  purpose  of  this  study  was  to  evaluate  the 
effectiveness  of  a  Functional  Electrical  Stimulation 
(FES)  treatment  program  designed  to  prevent 
glenohumeral  joint  stretching  and  subsequent 
subluxation  and  shoulder  pain  In  stroke  patients. 
Twenty-tw/o  recent  hemlplegic  stroke  patients  with 
shoulder  muscle  flaccldlty  were  randomly  assigned 
to  either  a  control  group  (n=11,  6  female,  and  5 
male)  or  experimental  group  (n  =  11,  6  female,  and  5 
male).  Both  groups  received  the  conventional 
physical  therapy.  The  experimental  group  received 
additional  FES  therapy  where  two  flaccW/paralyzed 
shoulder  muscles  (suprasplnatus,  and  posterior 
deltoW)  were  Induced  to  contract  repetitively  up  to  6 
hour/day  for  6  weeks.  Duration  of  both  the  FES 
session  and  muscle  contraction/relaxation  ratio 
were  progressively  Increased  as  performance 
improved.  The  results  showed  significant 
improvements  In  arm  function.  EMG  activity  of 
posterior  deltoid,  range  of  motion  and  reduction  in 
subluxation  (as  Indicated  by  x-ray)  In  the 
experimental  vs  control  group.  We  concluded  that 
the  FES  program  was  effective  In  reducing  the 
severity  of  shoulder  subluxation  and  pain,  and 
possibly  facilitating  recovery  of  arm  function. 

INTRODUCTION 

Shoulder  subluxation  In  hemlplegic  stroke  patients  Is 
a  major  problem  In  the  rehabilitation  of  this 
population  (1-4).  In  response  to  an  upper  motor 
neuron  lesion,  the  normal  neural  control  and 
voluntary  function  of  the  muscles  are  interrupted 
leaving  the  joint  capsule  and  ligaments  as  the  only 
protectivo  mechanism  against  gravity.  In  the 
absence  of  muscle  function,  the  capsule  will 
frequently  stretch,  resulting  In  shoulder  subluxation. 
The  downward  traction  that  the  dependent  arm 
Imposes  may  cause  damage  to  all  supporting 
structures  of  the  shoulder.  This  has  been  associated 
with  Increased  pain,  as  well  as  an  Increased 
incidence  of  Inappropriate  autonomic  responses 
(I.e.,  sympathetic  dystrophy)  In  the  upper  extremity 
(5).  The  traditional  method  for  addressing  this 
problem  Is  to  employ  some  type  of  sling  to  achieve 
support  (2,3).  Placing  the  arm  In  a  position  of 
support  helps  to  decrease  pain  for  some  patients. 
However,  this  position  of  the  arm  Is  not 
advantageous  for  functional  activities.  This  is  due  to 
the  fact  that  the  arm  Is  frequently  held  In  a  flexed 
and  adducted  position  which  may  enhance  the 
flexor  synergy  of  the  upper  extremity. 

Baker  and  Parker  (6)  used  FES-lnduced 
contractions  of  the  flaccid  shoulder  muscles  for  the 
purpose  of  reducing  existing  subluxation.  The 
authors  measured  the  shoulder  subluxation  by 
taking  an  anterior-posterior  x-ray  of  both  Involved 
and  unlnvolved  shoulders.  Their  results  showed  a 
significant  decrease  In  the  degree  of  shoulder 
subluxation.  However,  most  patients  who  received 
this  Intervention  were  unable  to  attain  full  reduction 
of  subluxation  after  six  weeks,  which  may  have  been 
due  to  the  high  degree  of  subluxation  present  prior 
to  the  Initiation  of  FES.  It  also  should  be  noted  that 


none  the  patients  were  treated  prophylactlcally  with 
FES  during  the  acute  phase  of  recovery.  It  has  been 
suggested  that  If  stretching  of  the  joint  capsule 
could  be  avoided  during  the  acute  and  flaccid  phase 
of  neural  recovery,  many  patients  would  develop 
sufficient  muscular  activity  to  maintain  the 
glenohumeral  joint  In  normal  alignment  after  the 
recovery  phase  (1 .2,5,8). 

Therefore,  the  purpose  of  this  study  was  to  apply 
rES  therapy  during  the  acute  phass  (within  4  weeks) 
of  stroke  to  determine  if  shoulder  subluxation  could 
be  prevented,  and  recovery  of  arm  function  could  be 
facilitated. 

METHODS 

After  the  Informed  consent  document  was  signed, 
22  recent  hemlplegic  stroke  patients  with  shoulder 
muscle  flaccldlty /paralysis  were  randomly  assigned 
to  either  a  control  group  (n  =  11,  6  female,  and  5 
male)  or  experimental  group  (n  =  11,  6  female,  and  5 
male).  The  mean  j:  SD  height,  weight,  and  age  for 
the  experimental  group  were  174j;7  cm,  76  +  12  kg, 
65  +  13  yr,  and  for  the  control  group  were  166j:10 
cm,  78+11  kg,  and  69  +  12  yr,  respectively.  A 
preliminary  medical  evaluation  was  used  to  derive 
information  regarding  the  cardiac  and  medical 
history  for  each  Indivklual  participating  In  this  study. 
For  safety  of  the  FES  group,  a  baseline  EGG,  as  well 
as  detailed  cardiac  history  review  was  completed. 
Individuals  with  cardiac  pacemakers  were  excluded 
from  this  study.  Patients  with  cardiac  deficits, 
especially  conduction  problems,  were  monitored 
closely  by  ECG  during  the  Initial  trials  of  the  FES 
program. 

All  subjects  were  tested  for  arm  muscle  tone, 
surface  EMG  of  the  posterior  deltoid  muscle,  various 
arm  functions  (modified  Bobath  technique;  7), 
sensory,  upper  arm  girth,  shoulder  lateral  range  of 
motion  for  assessment  of  pain  In  the  Involved 
shoulder  (10),  and  subluxation  via  x-rays  of  both 
shoulders.  These  evaluations  were  performed  at 
three  time  periods:  1-  at  the  start  of  the  program 
Cri);  2-  at  the  completion  of  the  6-weok  program 
(T2);  and,  3-  six  weeks  after  completion  of  the 
program  (T3).  To  verify  reliability  of  the  test  data,  all 
of  measurements  were  also  performed  on  the 
unlnvolved  shoulder. 

Radiological  Technique 

Anterior-posterior  x-rays  of  both  shoulders  were 
taken  of  all  patients  at  T1 ,  T2.  and  T3.  X-ray  analysis 
was  done  by  one  designated  Investigator  on  a 
portable  viewing  box.  No  FES  was  performed  for  24 
hours  before  final  x-rays  were  taken  to  eliminate 
short-term  effects  of  facilitation  that  may  occur.  A 
modification  of  the  distance  measured  from  a  single 
anterior-posterior  radiograph  described  by  Prevost 
and  colleagues  was  used  (9).  For  this,  three  Initial 
reference  points  were  determined:  1-  central  point 
of  the  glenoid  fossa,  2-  central  point  of  the  humeral 
head,  and  3-  most  Inferior  and  lateral  point  on  the 
acromial  surface  of  the  acromioclavicular  joint.  The 
vertical  component  of  the  glenohumeral  alignment 
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(V)  was  determined  by  measuring  the  vertical 
distance  between  the  acromial  point  and  the  central 
point  of  the  humeral  head.  The  horizontal 
componerit  (IH)  was  measured  as  the  horizontal 
distance  between  the  central  points  of  the  humeral 
head  and  the  center  of  glenoid  fossa. 

Treatment 

Both  groups  received  conventional  physical  therapy 
as  part  of  their  treatment  program.  The 
experimental  group  received  additional  FES  therapy 
where  two  flaccid/paralyzed  shoulder  muscles 
(supraspinatus  and  posterior  dettold)  were  induced 
to  contract  repetitively  up  to  6  hour/day  for  6  weeks. 
Duration  of  both  the  FES  session  (1.5  to  6 
hours/day)  and  muscle  contraction/relaxation  ratio 
were  progressively  Increased  (10/12  sec  to  30/2  sec 
on-off)  as  performance  Improved.  A  commercially 
available  stimulator  (Medtronic,  Respond  II)  and  two 
surface  electrodes  were  used,  this  device  has 
adjustments  for  the  on-off  stimulation  cyde  and  the 
Intensity  of  stimulation,  as  well  as  having  a  timer  to 
start  and  stop  the  stimulation.  The  active  electrode 
was  placed  over  the  posterior  deltoid  muscle  and 
the  passive  electrode  was  placed  over  the 
supraspinatus  muscle  utilizing  a  configuration  which 
minimizes  activation  of  the  upper  trapezius  muscle 
(which  can  cause  shoulder  shrugging).  Stimulation 
frequency  was  set  at  35  Hz  to  create  a  tetanized 
muscle  contraction.  FES  Intensity  was  set  to  obtain 
the  desired  motion  of  humeral  elevation  with  some 
abduction  and  extension  to  pull  the  hoad  of  the 
humerus  Into  the  glenoU  cavity.  The  sublects  were 
asked  to  use  their  wheelchair  arm  support  between 
and  during  the  FES  sessions. 

Statistical  Analysis 

The  statistical  method  used  to  determine  significant 
differences  between  the  experimental  and  control 
groups  was  analysis  of  variance  with  repeated 
measures.  This  model  has  two  between  subject 
factors  (group:  experimental  vs  control;  shoulder: 
Involved  vs  unlnvolved)  and  one  within  subject 
factor  (three  time  periods).  For  all  statistical  testing, 
the  .05  level  of  confidence  was  used. 

RESULTS 

For  the  unlnvolved  arms  of  both  groups,  there  were 
no  changes  In  any  of  the  variables  during  Tl ,  T2, 
and  T3  evaluation  periods.  For  the  Involved  arms  of 
txith  groups,  arm  function,  muscle  tone,  and  EMG 
during  Tl,  T2,  and  T3  are  presented  In  Figures  1. 
respectively.  These  results  show  significant 
Increases  In  the  arm  function  and  EMG  for  both 
groups;  however,  the  Increases  are  significantly 
higher  for  the  FES  group.  The  significant  Increases 
In  muscle  tone  were  the  same  for  both  groups. 
There  were  no  changes  in  the  arm  sensation  for 
both  groups  throughout  the  study. 

The  results  of  arm  girth  (G),  shoulder  lateral  range  of 
motion  (R),  vertical  and  horizontal  distances  In  the  x- 
ray  (V,  H)  are  presented  In  Table  1.  The  arm  girths 
were  the  same  for  the  Involved  side  for  both  group 
at  the  start  of  the  program.  However,  after  six 
weeks,  the  girth  was  Increased  (1  cm)  In  the  FES 
group,  whereas  it  did  not  change  In  the  control 
group.  During  the  6-week  follow-up  (13),  arm  girth 
for  the  experimental  group  was  maintained,  whereas 
it  decreased  (2  cm)  In  the  control  group.  The  re'  ults 
of  shoulder  lateral  range  of  motion  (R)  shows  that  at 


T2  it  decreased  (more  pain)  In  the  control  group, 
whereas  it  did  not  change  In  the  experimental  group. 
This  motion  decreased  In  both  groups  In  their  follow- 
up  evaluation  (13);  however.  It  was  higher  for  the 
experimental  group. 

X-ray  evaluations  showed  that  the  H  value 
decreased  In  the  experimental  group  with  no  change 
In  the  control  group  at  the  6-week  evaluation  {T2). 
The  control  group  showed  an  Increase  In  their  H 
value,  and  the  experimental  group  returned  to  their 
Tl  H  value  at  the  l2-vi«ek  evaluatksn  {T3).  The  V 
values  decreased  significantly  in  the  experimenteii 
group,  and  Increased  significantly  In  control  group 
at  the  6-week  evaluation.  No  further  changes  In  V 
were  found  at  the  12-week  evaluation. 

Figure  1.  Evaluations  of  the  arm  function,  muscle  tone, 
and  EMG  activity  of  posterior  deltoU  muscle,  on  the 
involved  sUe  during  pre  (Tl),  post  (T2),  and  six  week 
follow  up  (13)  of  the  FES  treatment  program. 
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Table  1.  The  mean  values  jtSE  of  horizontal  (H)  and 
vertical  (V)  distance  In  mm,  shoulder  lateral  range  of 
motion  (R),  and  girth  (G)  In  cm  of  the  Involved  (I)  and 
unlnvolved  (U)  sides  of  the  experimental  (E)  and  control 
(C)  group  at  pre  (Tl),  post  (12),  and  six  week  follow-up 
(13)  of  the  FES  treatment  program. 
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DISCUSSION 

These  results  suggest  that  therapeutic  FES 
Intervention  can  be  used  to  decrease  shoulder 
subluxation  and  associated  pain  In  hemlpleglc 
stroke  patients.  The  supraspinatus  and  posterior 
deltoid  muscles  are  the  most  Important  muscles  for 
maintaining  the  shoulder  |olnt  stability.  The 
mechanism  of  action  of  the  supraspinatus  muscle  Is 
that  h:  1-  seats  the  head  of  the  humerus  Into  the 
glenoid  fossa,  2-  slightly  abducts  the  humertis,  and 
3-  externally  rotates  the  arm.  Both  the  capsule  and 
supraspinatus  muscle  are  horizontally  aligned  and 
prevent  the  head  of  the  humerus  from  gliding  down 
the  glenoid  fossa.  Depression  of  the  glenoid  fossa, 
as  a  result  of  downward  rotation  of  the  scapula, 
causes  adduction  of  the  arm  and,  therefore,  requires 
muscular  effort  to  support  the  arm.  This  may  well  be 
a  significant  factor  In  the  subluxation  and  painful 
dysfunction  of  the  hemlpleglc  shoulder. 

The  basic  action  of  deltoid  contraction  is  elevation  of 
the  humerus  along  a  line  parallel  to  the  humerus 
which  tends  to  force  the  humeral  head  up  against 
the  coraooacromlal  ligament.  When  applying  FES  to 
these  two  muscles,  the  shoulder  will  be  positioned  In 
less  adduction  and  Internal  rotation,  thereby 
decreasing  contractures.  After  6  weeks  of  FES 
treatment  In  our  experimental  group,  there  was 
significant  Improvement  In  the  arm  function  and 
EMG  activity  of  posterior  deltoid  muscle.  Indeed, 
this  may  be  the  result  o»  faster  recovery  of  these 
muscles.  The  Increases  In  the  girth  measurements 
In  this  group  may  be  the  result  of  either  faster  arm 
function  recovery  or  muscle  strengthening  due  to 
FES-lnducad  contractions.  The  lower  H  value  In  this 
group  may  be  due  to  the  activation  of  the 
supraspinatus  muscle  since  one  of  the  actions  of 
this  muscle  Is  humeral  abduction.  On  the  other 
hand,  the  reduced  V  value  In  this  group  could  be 
due  to  activation  of  the  posterior  dettlod  and 
supraspinatus  muscles  which  act  to  reduce  the 
subluxation. 

Although  FES-lnduced  contractions  of  shoulder 
muscles  can  pull  the  head  of  the  humerus  Into  the 
tfenoid  fossa  to  reduce  suWuxatton,  it  is  currently 
unclear  as  to  the  precise  mechanlsm(s)  for 
maintaining  this  effect  when  FES  Is  removed.  This 
was  demonstrated  during  T2  x-ray  evaluatkm  when 
no  FES  was  applied,  and  at  the  T3  x-ray  ovaluatton 
when  FES  had  not  been  applied  for  6  weeks.  We 
hypothesize  that  as  a  result  of  FES  activation  of 
supraspinatus  and  posterior  dettokJ  muscles,  there 
was  less  deterioratkxi  and  faster  recovery  ol  muscle 
functkxi.  Thus,  these  muscles  themselves  appeared 
to  maintain  Joint  stablKy,  alleviating  the  need  for 
FES. 

Conclusion:  The  results  of  our  study  agrees  with 
previous  suggestions  (1,2,5,8)  that  If  stretching  of 
the  Joint  capsule  could  be  avoMed  during  the 
acute/flaccid  phase  of  neural  recovery,  many  stroke 
patients  wouM  develop  sufftelent  muscular  activity  to 
maintain  the  glenohumerallolnt  In  normal  alignment 
after  the  recovery  phase.  The  avoidance  of  capsular 
stretching  could  reduce  the  IncUence  of  chronic 
subluxation  of  strotte  patients  and  potentially  reduce 
the  number  of  IndMduals  experiencing  pain  or 
autonomic  dysfunctkxi  In  the  hemlparetk;  upper 
extremity.  Also,  FES  may  result  In  faster  recovery  of 
arm  function  In  these  Individuals.  Further  studies  are 


necessary  to  investigate  the  use  of  longer  periods  of 
FES  and  the  use  of  additional  muscles  for  Improving 
am  function  and  accele.'ating  recovery. 
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ABSTRACT 

This  paper  describes  a  functional  electrical  stimulation 
(FES)-assisted  leg-propelled  wheelchair  (FES-LPWC) 
for  spinal  cord  Injured  (SCI)  individuals.  The  system 
was  designed  to  function  as  a  conventional  handrim- 
propelled  v\/heelchalr,  and  also  to  enable  leg- 
propulsion  via  smooth  transfer  of  motions  generated 
by  FES-lnduced  contractions  of  paralyzed  low/er-limb 
muscles.  During  operation,  the  legs  provide  forw/ard 
locomotion,  w/hereas  the  arms  are  used  for  steering 
(as  weW  as  for  forv\/ard  or  backv\/ard  locomotion,  if 
needed).  Components  include:  a  position  feedbaclt- 
controlled,  multi-channel  FES  unit  to  induce  bilateral 
synchronous  or  asynchronous  contractions  of  the 
quadriceps  and  gluteal  muscles  for  Itnee-extension, 
and  the  hamstring  muscles  for  knee  flexion;  linear 
motion  footplates  with  chain  drives;  independent  left 
and  right  direct  drive  systems;  and  a  common 
differential  drive  system  to  produce  forw/ard  whee\ 
rotation  w/ith  Itnee  extensions.  Preliminary  tests 
indicate  that  the  design  of  this  system  offers 
improved  locomotion  and  maneuverability  over  our 
previously  described  leg-propelled  vehicle.  This 
device  can  be  further  developed  to  offer  an  alternative 
means  of  locomotion  for  SCI  individuals,  and 
potentially  contribute  to  better  health,  fitness  and 
rehabilitation  outcome. 

INTRODUCTION 

Nine  years  ago,  Glaser,  et  al.  [11  tested  the  feasibility 
of  using  a  leg-propelled  vehicle  to  enable  locomotion 
via  functional  electrical  stimulation  (FES)-induced 
contractions  of  the  paralyzed  quadriceps  muscles  of 
spinal  cord  injured  (SCI)  individuals.  Locomotion  with 
such  a  device  may  have  advantages  over 
conventional  manual  wheelchairs  in  that  etiiploymeiit 
of  the  large  leg  musculature  may  result  in  improved 
locomotive  capability,  circulation  in  the  lower-limbs, 
muscular  and  cardiopulmonary  fitness,  and  self- 
image.  In  addition,  secondary  medical  complications 
consequent  to  wheelchair  confinement  and  sedentary 
lifestyle  (e.g.,  deep  venous  thrombosis,  decubitus 
ulcers,  cardiopulmonary  diseases)  may  be  prevented. 

Although  the  original  leg-propelled  vehicle 
demonstrated  the  concept  of  using  paralyzed  leg 
muscles  for  locomotion,  it  suffered  from  design 
deficiencies  which  made  it  impractical  for  everyday 
use  In  the  field.  For  instance,  it  used  only  FES  of  the 
quadriceps  muscles  to  produce  knee-extension 
movements,  and  relied  upon  gravity  to  return  the  leg 
to  the  retracted  position;  the  ratchet  drive  system 
provided  limited  maneuverability,  and  it  was  difficult 
to  duplicate  and  adjust  mechanically.  Thus,  It  would 
be  desirable  to  enhance  the  design  of  this  device  to 
make  it  more  usable  by  SCI  individuals  in  various 
environments,  and  to  facilitate  evaluation  of  its 
efficacy  for  improving  locomotive  capability. 

Therefore,  the  purpose  of  this  paper  is  to  describe  a 
nuwiy  designad  FES-assisted  leg-propelled  wheelchair 
(FES-LPWC)  which  incorporates  several  advantageous 
design  features.     The  design  of  this  FES-LPWC 


enables  more  of  the  lower-limb  musculature  to  be 
employed,  provides  improved  maneuverability, 
permits  easy  alteration  in  the  mechanical  advantage 
of  the  drive  system,  and  facilitates  duplication  for 
field  studies. 

METHODS 

The  FES-LPWC  was  designed  to  possess  all  the 
features  of  a  conventional  handrim-propelled 
wheelchair.  In  addition,  special  subsystems  were 
incorporated  to  enable  propulsion  by  v^'ay  of  back  and 
forth  (push-pull)  motions  of  the  legs  whose  paralyzed 
muscles  are  FES  activated.  During  operation,  the  legs 
provide  forward  locomotion,  whereas  the  arms  are 
used  for  stoerlng  (as  well  as  for  forward  or  backward 
locomotion,  if  needed).  To  achieve  this  goal, 
construction  required  special  considerations  that 
differ  from  conventional  wheelchair  design. 

Figure  1  is  a  photograph  that  shows  the  side  view  of 
the  FES-LPWC.  The  conventional  handrim  propulsion 
system,  moveable  footplates  of  the  leg  propulsion 
system,  and  the  multi-channel  FES  system  are  seen. 
Figure  2  schematically  illustrates  a  side  view  of  the 
FES-LPWC.  For  the  proper  seating  position,  the  back 
support  is  tilted  to  the  rear  10°  from  the  vertical  and 
the  bench  Is  inclined  toward  the  front  5°  above  the 
horizontal.  This  facilitates  the  push-pull  motions  of 
the  moveable  footplates  (A)  that  couple  to  the  drive 
system.  The  wheelchair  seat  frame  was  constructed 
to  accommodate  mounting  of  the  various  FES-LPWC 
subsystems  that  are  schematically  illustrated  in  Figure 
3  and  briefly  described  below. 

Left  and  Right  Moveable  Footplates.  Each  moveable 
footplate  (A),  consists  of  an  aluminum  plate  attached 
to  two  parallel,  near  frictionless  linear  motion  guides 
(K)  that  are  mounted  at  an  upward  angle  of  10°. 
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Figure  3.  Top  rear  view  of  the  FES-LPWC  drive  system. 


This  permits  23  cm  of  push-pull  leg  motion.  Flexible 
plastic  boots  that  are  padded  for  foot  and  ankle 
safety  are  secured  to  the  top  of  the  footplates.  When 
the  foot  Is  inserted  Into  the  boot,  the  leg  is  positioned 
at  an  angle  of  5°  beyond  the  vertical.  The  heel  end 
of  each  footplate  Is  attached  to  a  drive  chain  which  is 
moved  by  that  leg. 

Direct-Drive  System.  Each  drive  chain  couples  a 
footplate  by  way  of  an  idler  (B)  to  a  direct  drive 
system  using  a  sprocket  vi'\lh  a  ratchet  mechanism. 
The  chain  terminates  at  a  coil  spring  (CI  v\/hich  only 
has  sufficient  recoil  to  assist  the  retraction  of  the 
footplate  and  eliminate  slack  after  a  push  stroke.  The 
common  shaft  (D)  of  the  left  and  right  direct-drive 
systems  is  mounted  by  bearings,  and  it  rotates  only 
in  the  forv\/ard  direction  when  either  footplate  is 
pushed  forward  due  to  the  sprocket  ratchet 
mechanisms. 


Two-way  Coaster  Drive  Mechanism.  The  common 
.shaft  of  the  direct-drive  systems,  in  turn,  is  coupled 
via  chain  and  sprocket  to  a  two-way  coaster  drive 
mechanism  (E).  This  provides  immediate  transfer  of 
applied  forward  motion  to  forward  rotation  of  the 
differential  drive  system  (Fl  that  turns  the  wheelchair 
wheels  for  forward  propulsion.  This  design  enables 
the  wheelchair  to  coast  forward  at  tho  end  of  each 
forward  footplate  thrust,  and  during  retraction  of  the 
footplate.  The  two-way  coaster  drive  mechanism 
also  permits  the  wheelchair  to  coast  in  the  reverse 
direction  which  provides  total  maneuverability  during 
handrim  propulsion  or  when  pulled  backwards  by  an 
attendant. 

Differential  Drive  System.  In  order  to  propel  the 
wheelchair  by  independent  application  of  force  to  the 
left  or  right  wheel  (via  arms  or  legs),  a  differential 
drive  system  (F)  was  incorporated  as  the  drive  shaft 
between  the  wheels.  This  differential  drive  system 
also  enables  steering  of  the  FES-LPWC  by  creating 
bilateral  differences  in  wheel  velocities,  or 
antagonistic  forward  and  backward  wheel  rotations. 
Frictionless  bearings  were  used  to  mount  the  axle  to 
enhance  efficient  transfer  of  arm  or  leg  propulsion 
thrust  to  the  point  of  contact  between  each  wheel 
and  the  ground. 

Multi-Channel  Functional  Electrical  Stimulation 
System.  A  battery-powered,  six-channel  FES  system 
(J)  is  used  to  induce  contractions  in  paralyzed  lower- 
limb  muscles  to  cause  push-pull  motions  of  the  legs 
for  wheelchair  propulsion.  Left  and  right  leg  muscles 
may  be  activated  to  contract  in  a  synchronous  or 
asynchronous  pattern.  For  pushing  action,  both  the 
quadriceps  and  gluteal  muscles  receive  simultaneous 
FES.  Footplate  retraction  is  accomplished  by  gravity 
(10°  upward  tilt),  the  recoil  spring  (C),  and  FES 
activation  of  the  hamstring  muscles.  The  FES  system 
also  incorporates  position  feedback  sensors 
(microswitches)  on  the  linear  guides  (K|  to 
automatically  control  activation  of  the  muscles  (i.e., 
FES  timing  and  duration)  at  appropriate  positions  of 
the  moveable  footplates.  This  feedback  circuitry  also 
enhances  safety  of  the  FES-LPWC  since  it  prevents 
rapid  impact  upon  the  legs  which  would  occur  if  the 
footplates  were  permitted  to  abruptly  reach  the  end 
of  their  motion  range. 

EVALUATION  AND  RESULTS 

To  operate  the  FES-LPWC,  FES  surface  electrodes  are 
placed  over  motor  points  of  the  paralyzed  quadriceps, 
gluteal  and  hamstring  muscles  of  an  SCI  individual. 
After  securing  the  left  and  right  feet  in  their 
respective  boots,  the  multi-channel  FES  system  is 
switched  on  and  contraction  thresholds  are  set. 
Either  a  synchronous  (both  legs  move  simultaneously) 
or  sn  asynchronous  (legs  move  reciprocally) 
contraction  pattern  is  selected,  and  manual  or 
automatic  operation  is  selected.  With  manual 
operation,  the  contraction  sequence  is  initiated  each 
time  a  switch  is  pushed.  With  automatic  operation, 
contraction  sequences  occur  at  an  adjustable, 
repetitive  rate.  The  feedback  position  sensors  (K) 
control  the  FES  duration  for  each  stroke,  and  provide 
the  signal  to  switch  from  the  quadriceps/gluteal 
pushing  stroke  to  the  hamstring  pulling  stroke.  Thus, 
hamstring  muscle  FES  only  occurs  at  an  extended  leg 
position.  If  the  legs  muscles  fatigue  during 
locomotion,  FES  is  discontinued,  and  the  FES-LPWC 
can  be  propelled  as  a  conventional  wheelchair  via  the 
handrims. 
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The  newly  designed  FES-LPWC  has  undergone 
preliminary  testing  with  several  SCI  subjects.  For 
this,  a  relatively  straight  and  level  20  m  indoor  course 
with  a  smooth  cement  floor  surface  was  used. 
Subjects  were  able  to  propel  this  device  via  FES- 
induced  contractions  at  approximate  velocities  of  0.2- 
0.3  m/sec.  Locomotion  was  initiated  by  using 
manually-controlled,  synchronous  leg  movements, 
and  then  switching  to  automatically-controlled 
asynchronous  leg  movements  for  smoother,  more 
corjtinuous  motion.  The  entire  20  m  course  was 
easily  traversed  by  subjects  who  were  well-trained  in 
FES-induced  ioiee-extension  exercise.  Operating  the 
FES-LPWC  with  the  upper-body  via  the  handrims  was 
found  to  be  similar  to  conventional  manual 
wheelchairs  with  respect  to  propulsion  and 
maneuverability. 

DISCUSSION 

Although  conventional  handrim  propelled  wheelchairs 
are  important  for  the  mobility  of  SCI  individuals,  there 
are  inherent  problems  associated  with  these  devices 
that  can  hinder  the  rehabilitation  process  and  lead  to 
serious  secondary  disabilities  12-51.  These  problems 
relate  to:  the  use  of  the  relatively  small  upper-body 
muscle  mass  which  is  highly  fatigable;  inactivity  of 
lower-body  muscles  which  leads  to  atrophy, 
osteoporosis,  decubitus  ulcers,  blood  pooling  in  the 
legs  and  greater  risk  for  deep  venous  thrombosis 
formation;  and,  marked  loss  of  cardiopulmonary 
(aerobic)  fitness. 

Therapeutic  FES-induced  exercise  of  the  lower-limbs 
of  SCI  individuals  (e.g.,  knee-extension,  leg  cycling) 
has  been  shown  to  enhance  the  strength  and 
endurance  of  the  activated  muscles,  peripheral  and 
central  circulation  of  blood,  and  cardiopulmonary 
function  [6-81.  Thus,  FES  can  potentially 
prevent/alleviate  secondary  disabilities  and  permit  a 
more  active  lifestyle.  Vhe  concept  of  using  FES- 
induced  contractions  of  paralyzed  lower-limb  muscles 
of  SCI  individuals  for  propulsion  of  a  vehicle  appears 
to  have  far  reaching  merit.  Use  of  the  larger  lower- 
body  muscle  mass,  and  the  repetitive  contractions 
involved,  may  provide  superior  exercise 
characteristics  and  contribute  to  improved  health  and 
fitness,  as  well  as  improved  locomotive  capability. 

The  FES-LPWC  incorporates  design  improvements 
over  the  previously  described  leg  propelled  vehicle 
Ml.  Utilization  of  the  direct  drive  system,  two-way 
coaster  drive  mechanism,  and  differential  drive 
system  provides  greater  mobility  and  maneuverability 
than  the  previously  used  ratchet  drive  system.  In 
addition,  the  multi-channel  FES  system  enables  use  of 
more  muscle  groups  to  enhance  locomotive 
performance  and  provide  greater  exercise  benefits.  It 
is  also  possible  to  operate  the  FES-LPWC  with  both 
the  arms  and  legs  simultaneously  to  incorporate  even 
more  muscle  mass,  and  possibly  derive  greater 
locomotive  and  exercise  benefits.  Laboratory  testing 
is  needed  to  determine  metabolic  (energy  cost)  and 
cardiopulmonary  responses  for  this  mode  of 
locomotion,    and  to   provide   insight  into  design 


modifications  which  will  increase  mechanical 
efficiency  and  other  operating  characteristics.  It 
appears  that  devices  such  as  the  FES-LPWC  can  offer 
an  alternative  means  of  locomotion  for  SCI 
individuals,  and  potentially  contribute  to  higher  levals 
of  health,  fitness  and  rehabilitation  outcome. 
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ABSTRACT 

This  paper  describes  a  linked  arm  crank  and  leg  cycle 
ergometer  for  combined  computer  controlled 
functional  electrical  stimulation  (FES)-asslsted  leg 
cycle  and  voluntary  arm  crank  (hybrid)  exercise  for 
spinal  cord  injured  (SCI)  Individuals.  Components 
were  Implemented  to  enable  the  use  of  this  hybrid 
exercise  system  in  an  upright  and  a  range  of 
recumbent  postures.  Its  seat  is  fully  adjustable  to 
accommodate  individuals  of  various  heights  and  limb 
lengths.  To  measure  the  force  contributions  of  the 
arms  apj  legs  Independently  during  hybrid  exercise, 
specially  designed  strain-gauge  systems  were  built 
into  the  arm  crank  and  leg  pedals.  Preliminary  tests 
indicate  that  computer-controlled  FES  can  be 
delivered  to  the  desired  muscles  at  the  appropriate 
crank  angles,  and  that  this  hybrid  exercise  system 
can  be  used  for  musculir  and  cardiopulmonary  fitness 
training  of  SCI  Individuals. 

BACKGROUND 

Previous  studies  have  shown  that  exercise  is  an 
extremely  important  treatment  modality  to  develop 
physical  fitness  and  functional  independence  for 
quadriplegic  and  paraplegic  individuals  111.    It  may 
also  play  a  preventative  role  during  and  following  the 
rehabilitation  process  by  maintaining  fitness  since 
cardiovascular  and  respiratory  disorders  are  prevalent 
causes    of    morbidity   and    mortality    in    the  SCI 
population    121.       During    the    acute    phase  of 
rehabilitation,  circulatory  adjustments  to  changes 
from   supine   to   upri jht   postures   are  frequently 
impaired  13,41.  This  is  because  the  hydrostatic  load 
due  to  gravity  opposes  the  return  of  venous  blood 
from  the  lower  body  to  the  heart.  This  condition  can 
result  in  orthostatic  hypotension  which  can  reduce 
arterial  blood  flow  to  the  brain,  and  lead  to  a  loss  of 
conciousness.    Figoni,  et  al.  (51  studied  quadriplegic 
individuals  performing  arm  cranking  exercise  in  the 
sitting  and  supine  postures.  Thoy  found  that  maximal 
power  output,  peak  oxygen  uptake,  ventricular  stroke 
volume  and  cardiac  output  were  significantly  higher  in 
the  supine  position.   This  appears  to  be  due  to  the 
'acilitatod  venous  return  of  the  blood  to  the  heart 
which  in-turn  enabled  the  delivery  of  more  blood  to 
the  exercising  arm  muscles.   Four  studies  completed 
in  our  laboratory  have  shown  that  in  SCI  subjects 
performing    arm-cranking    exorcise    in    the  sitting 
position,   the   addition   of   either  knee  extension 
exercise   or   leg   cycling    exercise   via  functional 
electrical  stimulation  (FES)-induced  contractions  cf 
paralyzed  muscles  can  increase  peak  oxygen  uptake 
above  levels  achieved  by  the  arms  alone  15-8).  This 
is  most  likely  duo  to  the  additional  muscle  mass 


utilized  with  hybrid  exercise.  Furthermore,  the 
induced  lower-limb  contractions  may  activate  the 
venous  muscle  pump  and  enhance  peripheral  and 
central  circulation.  It  appears  feasible  that  this 
additive  metabolic  and  cardiopulmonary  effect  may  be 
more  pronounced  if  the  exercise  is  conducted  in  a 
recumbent  position  where  the  reduction  in  hydrostatic 
pressure  may  further  promote  venous  return  of  blood 
to  the  heart.  Although  there  appears  to  be 
advantages  in  combini.^g  the  various  exercise 
techniques  to  optimize  training  capabilities  of  SCI 
individuals,  no  composite  system  was  availab!'>  for 
evaluation.  Therefore,  the  purpose  of  this  project 
was  to  design  and  construct  a  hybrid  exercise  system 
to  enable  simultaneous  voluntary  arm  cranking  and 
FES-induced  leg  cycling  in  the  sitting  and  recumbent 
postures. 

METHODS 

The  hybrid  exercise  system  was  designed  to 
incorporate  combined  computer  controlled  FES  leg 
cycling  and  voluntary  arm  cranking  exercise  by  way 
of  a  linked  ergormeter  configuration.  It  possess  the 
versatility  to  be  operated  in  different  postures  and  to 
accommodate  individuals  cf  various  heights  and  limb 
lengths.  The  contributions  of  the  arms  and  legs  to 
the  total  power  output  can  be  continuously  monitored 
independently  by  force  sensors  in  the  arm  crank  and 
leg  pedals.  Figure  1  is  a  photograph  of  the  hybrid 
exercise  system  being  operated  in  a  semi-recumbent 
posturo.  Figure  2  is  a  diagrammatic  Illustration  of  the 
side  view  of  the  device  in  the  lowered  position  (for 
upright  exercise)  showing  details  of  the  various 
linkages  and  subsystems.  Figure  3  diagrammatically 
illustrates  the  device  in  a  raised  position  position  for 
semi-recumbent  exercise.  The  following  are  the 
details  of  the  subsystems. 

Computer  Control  of  FES.  An  IBM  microcomputer 
(Figure  2  H)  was  used  to  implement  computer  control 
of  FES.  The  program  for  this  was  written  in  Forth 
and  run  under  "ASYST"  software  package  by  Keithley 
Co.  During  operation,  real-time  data  are  obtained 
regarding  pedal  position  within  a  crank  cycle  by 
masking  digital  pulses  from  sprocket  teeth  (via 
infrared  sensors)  between  0°  and  360°  crank  angle. 
These  data  are  used  to  control  the  phase  (on-off  time) 
of  FES  current  application  to  the  selected  muscle 
groups.  The  computer  program  is  used  to  set  the 
FES  intensity  level  for  each  muscle  group  prior  to 
initiating  an  exercise.  It  is  also  used  to  acquire  and 
store  the  force  values  applied  by  the  arms  and  legs, 
indipendently. 
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Figure  2.  Side  view  of  the  computer-controlled 
hybrid  exercise  system  for  use  with  a  subject 
in  the  upright  posture. 


Figure  3.  Illustration  of  optional  use  of  the  hybrid 
exercise  system  in  the  recumbent  posture. 


Tho  Seat:  Varticol  and  Horizontal  Adjustments.  The 

seat,  and  its  vertical  and  horizontal  position 
adjustments  are  Illustrated  in  Figure  2  A,  B  and  C, 
rospec  vely.       The  back  support  of  the  saat  is 


adjustable  from  the  vertical  to  the  horizontal  position. 
It  also  has  side  supports  to  keep  the  body  and  legs 
centered  and  stable.  The  vertical  adjustment  (B)  is  a 
tw/o-stage  telescoping  motor-driven  pillar  (Magnetic 
Corporation)  w/hich  has  a  0.6  meter  differential  height 
adjustment.  It  is  capable  of  w/ithstanding  a  2,000  N 
load,  1  meter  off  the  center.  The  horizontal 
adjustment  of  seat  position  is  imc'emented  w/ith  ball- 
screw/  motor-driven  linear  motioi'.  guide  system  (C) 
w/hich  is  capable  of  w/ithstanding  4,000  N  load.  The 
ranges  of  vertical  and  horizontal  travels  w/ere  chosen 
so  that  SCI  individuals  could  sit  and  reach  the  arm 
crank  and  leg  pedals  comfortably. 

The  Coupled  Arm-Crank  and  Leg-Cycle  Ergometer. 
The  arm-crank  and  leg-pedals  are  coupled  so  that 
they  drive  a  common  flywheel  (D).  This  is  achieved 
by  1 )  linking  the  leg  pedals  to  the  f lyw/heel  through  a 
chain  and  sprocket  arrangement,  and  2)  linking  the 
arm  crank  to  the  leg  pedals  by  a  tw/o-stage  chain  and 
sprocket  arrangements  (Li  and  L2).  While  has  a 
double-spiocket,  double-chain  configuration  to 
facilitate  linkage  w/ith  Li  and  the  flywheel, 
respectively,  Li  has  a  single-sprocket  configuration. 
There  are  provisions  also  In  Li  to  facilitate  angular 
adjustment  (R2)  in  a  vertical  plane  to  set  the  distance 
between  the  arm  crank  and  leg  pedal  for  each 
individual.  The  idler/tensioner  (T)  is  used  to  prevent 
slack  in  the  drive  chain  as  a  result  of  Li  angular 
adjustment. 

System  Base  Angular  Adjustment:  The  hybrid 
ergometer  is  mounted  upon  a  high-tensile,  light- 
weight aluminium  base  plate.  The  base  is  designed 
to  pivot  about  the  seat  end  (Figure  3  G)  utilizing  a 
shaft  and  bearings.  Elevation  of  the  front  end  of  the 
base  plate  is  accomplished  by  a  motor-driven  two- 
stage  pillar  (Figure  3  F).  The  maximum  angular 
displacement  is  30°  from  the  horizontal.  To  provide 
a  counter  balance  during  upward  tilt  of  the 
ergometer,  the  pivot  (G)  and  the  drive  (F|  are  secured 
on  a  heavy  steel  slab  which  has  two  sections  which 
disassemble  for  ease  of  transportation. 

Electrical/Electronics  Subsystem.  This  subsystem, 
v/hich  is  illustrated  as  E  in  Figures  2  and  3,  is 
composed  of  two  parts.  The  first  is  an  eight-channel 
FES  system  whose  crank  angle-dependent  on-off 
timing  for  each  muscle  is  controlled  by  a 
microcomputer  via  digital  masks  (as  indicated  above). 
FES  intensity  levels  are  also  set  via  D/A  signals  from 
the  microcomputer.  The  second  part  is  a  real-time 
data  conditioning  and  display  system  for  cadence 
(RPM),  current  intensity  levels,  and  forces  of  arm 
cranking  and  leg  cycling.  These  data  are  also  stored 
simultaneously  in  the  microcomputer. 

Arm  Cranking  and  leg  Cycling  Force  Measurement. 

In  order  to  measure  the  force  generated  during  arm 
cranki.ig  and  leg  cycling  independently,  special  force 
sensors  that  are  integral  components  of  the  arm 
crank  and  leg  pedal  shafts  (Si  and  S2  in  Figures  2 
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and  31  were  constructed.  Figure  4  A  illustrates  the 
detail  of  these  sensors,  showing  that  they  are 
designed  to  provide  a  force  output  signal  only  v;hen  a 
tangential  fo^'e  is  applied  to  them.  The  male  section 
(B)  consists  c;  'our  fingers  which  matches  the  female 
section  (C).  Each  finger  has  a  narrow  section  cut-out 
to  assure  that  bending  tendencies  are  referred  to 
them,  and  strain-gauges  are  mounted  symmetrically 
on  both  sides  of  each  cut-out.  Electronic  data 
conditioning  provides  all  positive  output  signals  from 
the  strain-gauges. 

Direction  of  applied  force  Narrow 


(always  tangential!  .  Cutout 

otruin  y 


(A)    ^  (B)  (C) 


Figure  4.  (A)  Schematic  representation  of  the 
cross  section  of  a  system  to  measure  the  force 
of  arm-cranking  and  leg-pedalling  Independently. 
(B)  and  (C)  illustrate  the  male  and  female 
sections  respectively. 


SYSTEM  EVALUATION  AND  CONCLUSION 

Preliminary  evaluation  of  the  hybrid  exercise  system 
was  conducted  to  determine  hardware  and  software 
performance  and  limitations.  Subjects  with  various 
physical  dimensions  were  used  to  tost  the 
adjustability  of  the  seat  and  ergometer  arm  crank/leg 
pedal  reach.  It  was  found  to  accommodate  all  the 
size  variations  anticipated  for  the  targeted  subject 
populavon.     Individuals  reported  that  the  seating 

arrangement  was  stable  and  conducive  to  exercise. 
When  tilting  the  ergometer  upwards  from  the  upright 
to  semi-recumbent  postures,  the  body  geometry 
remained  constant  so  that  studies  can  be  performed 
on  different  gravitational  loads  without  changing 
exercise  configuration.  Computer  control  of  FES 
application  to  the  muscles  was  found  to  be  accurate 
up  to  40  RPM  cadence.  Beyond  40  RPM,  FES  control 
lagged  behind  cadence.  This  resulted  from  the  multi- 
channel, multi-tasking  limitation  overhead  of  the  host 
computer  package  ("ASYST").  Although  we  can 
utilize  40  RPM  cadence  for  most  quadriplegic 
subjects,  it  will  be  desirable  to  operate  at  50  RPM 
cadence  for  paraplegics.  The  system  can  be 
developed  further  utilizing  programming 
microprocessors  for  FES  control  instead  of  using  the 
ASYST  software  package  with  the  microcomputer. 
This  will  also  facilitate  the  use  of  the  ergometer 
outside  of  the  laboratory  environment.  This  hybrid 
exercise  system  can  potentially  enable  SCI  individuals 


to  achieve  higher  levels  of  muscular  and  pulmonary 
fitness  than  with  either  the  arm  or  leg  exercise  mode 
alone.  Research  is  currently  underway  to  evaluate 
the  efficacy  of  this  multi-mode  exercise  system. 
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Abstract 

This  presentation  describes  a  com- 
petency based  training  program 
designed  for  staff  who  care  for 
individuals  with  severe  physical 
and  neurological  dysfunction.  The 
program  includes  instructional 
videos  and  written  materials  whith 
address  handling,  transferring, 
specialized  seating  and  position- 
ing, feeding  techniques  and  equip- 
ment, prevention  of  choking,  and 
other  care  issues  for  individuals 
with  developmental  disabilities. 

Background 

Direct  contact  staff  who  care  for 
individuals  with  severe  physical 
and  neurological  dysfunction  often 
have  little  education  and  experience 
in  that  area.    This  program  was 
developed  to  prepare  staff  for  their 
roles  in  implementation  of  integrat- 
ed physical  management  programs 
which  are  an  essential  part  of  the 
treatment  for  develoomentally  dis- 
abled individuals.    Such  programs 
may  require  staff  to  use  specialized 
seating  and  positioning  to  normalize 
muscle  tone  and  enhance  function; 
carry  out  feeding  programs  to  improve 
hf.;,]fh  nnd  nsif  ri  t,  i  onaT  t^t.Hiis*  ;in(i 
perform  ind iv ■ dual ized  handling  and 
transfer  techt.  ques.     This  program 
was  designed  to  help  nonprofessional 
staff  develop  a  working  understanding 
of  the  rationale  underlying  the  vari- 
ous aspects  of  care  involved  in 
physical  management  programming 
as  well  as  the  specific  teclin i qiics 
required  to  implement  individual 
plans  of  care. 

Objective 

This  program  was  formulated  to  in- 
sure a  consistent  method  of  providing 
the  necessary  knowledge  and  skills 
for  staff  to  carry  out  compri-heiisi \e 
jjliysi'.  al  management  activities.  15e- 
t.iuse  oi   the  complex  nature  ol  some 
programs  and  the  potential  negative 
impact  on  the  individual   from  lack 
(if  consistent  implementation,  a 
standardized  method  of  insuring  staff 
competency  was  essential. 

Description 

The  training  modules  contain  both 
didactic  and  praclicum  components. 
I'he  didactic  part  of  the  training 
program  is  designed  to  provide  basic 
information  about  developmental 
disabilities,  therapeutic  tcchnnjues, 
and  specialized  equipment  which  is 
used  to  enhance  function  in  this 
population.     The  pructicum  component 
includes  sensitivity  exercises  as 
well  tis  teaching  specific  physical 
management  skills.     Each  unit  con- 
tains specific    learning  objectives, 
vocabulary,   instructional  yidpo 
tapes,  and  evaluation  instruments. 


The  complete  training  program  is  com- 
prised of  six  competency  based  modules 
and  addresses  the  following  subjects: 
Normal  and  .^bnorma]  Development; 
Developmental  Disabilities;  Body 
Mechanics;  Therapeutic  Handling  and 
Positioning:  Oral  Structures:  and 
Promotion  of  Optima]  Eating  Skills. 
The  fifteen  to  twenty  minute  instruc- 
tional video  tapes  which  accompany 
each  module- were  designed  to  provide 
information  in  a  concise  and  easily 
understood  format.    The  evaluation 
instruments  are  clinically  based  case 
studies  designed  to  assist  the  student 
in  practical  application  of  the  infor- 
mation presented  in  the  video  tapes. 
In  addition  to  the  materials  used  in 
the  classroom  situation  each  partici- 
pant receives  a  manual  containing  the 
learning  objectives,  vocabulary 
used  in  the  module,  a  description  ot 
pract icum  exercises,  pictorial  train- 
ing aids,  and  copies  of  the  skill 
mastery  checklists  used  to  document 
competency  in  the  various  areas. 

Method 

The  purpose  of  the  seminar  is  to  pro- 
vide information  about  a  structured, 
competency  based  training  model  for 
staff  working  with  severely  handi- 
(--iniipd  individuals.    The  mo-tulps  were 
designed  to  address  developmental 
problems  that  interfere  with  func- 
tioning and  cause  secondary  disabil- 
it  ies. 

The  presentation  includes  lecture  and 
visual  aids.    The  lecture  describes 
the  instructional  design  and  content. 
Visual  aids  show  examples  of  program 
components.     Instructor's  and  parti- 
cipant s  manuals  and  testing  materia''" 
will  be  available  for  review. 

At  the  end  of  this  presentation  the 
participants  should  be  able  to 
identify  the  activities  inclucied 
in  a  comprehensive  physical  manage- 
ment program  and  describe  appropriate 
training  methods  and  materials  for 
staff  working  with  severely  disabled 
individuals. 

Di scussion 

Unlike  most  training  programs  which 
are  available,  the  focus  of  this 
series  is  on  skills  and  techniques 
appropriate  tor  use  with  adults  who 
exhibit  physical  and  developmental 
disabilities.     The  skills  which  are 
demonstrated  are  appropriate  for 
use  both  in  residential   facilities  as 
well  as  sma  '  rcjmmunity  homes.  The 
presentat  ioi.  is  geured  largely  toward 
nonprofessional  staff  who  are  respon- 
sible staff  who  are  responsible  for 
most  activities  of  daily  care. 

These  training  modules  were  design.d 
to  be  used  in  a  variety  of  instruc- 
tional  sellings.     If  necessary,  the 
ili. lilac  tic  and  prarticum  components 
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may  be  taught  by  qualified,  non- 
professional staff.     Because  of  the 
content  and  scope  of  the  instruc- 
tors manual,  specially  trained  in- 
structors should  be  able  to  answer 

Questions  about  the  material  and 
iscuss  basic  concepts.    There  are, 
however,  certain  parts  of  training 
which  are  better  served  through 
involvement  of  rehabilitation  pro- 
fessionals.    Initial  on  the  job 
training  and  determination  of  skill/ 
competency  should  ideally  be  per- 
formed by  professional  staff.  In- 
dividual modules  are  -elf-contained 
and  can  readily  be  used  for  refresh- 
er training,  individual  self-paced 
study,  or  inservice  education. 

Rita  K.  Handley,  MOT,  OTR 
Assistant  Deputy  Commissioner  for 

Physical  Health  and  Nutritional 

Management 
Texas  Department  of  Mental  Health 

and  Mental  Retardation  (TXMHMR) 
P.O.  Box  12668 
Austin,  Texas  78711-2668 

Karen  Hardwick,  MEd,  OTR 
Director  of  Habilitation  Therapies 
TXMHMR  -  Austin  State  School 
P.O.  Box  1269,  2203  West  35th 
Austin,  Texas  78767 
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Rehabilitation  Engineering  Opportunities  under  The 
Afflericans  with  Disabilities  Act 

VJilliam  A.  Hyman 
Bioengineering  Program 

Texas  A&M  University 
College  Station,  Texas 


Abstract 

The  Americans  with  Disabilities 
Act  (ADA)  ,  signed  into  law  on  July 
26,  1990,  mandates  certain  actions 
in  both  the  public  and  private 
sectors  to  eliminate  discrimination 
against  individuals  with  handicaps 
in  the  areas  of  employment, 
transportation,  public  services, 
public  accommodations  and 

telecommunications.  The  act  also 
provides  legal  remedies  for 
individuals  who  are  discriminated 
against.  The  legislative  history, 
as  well  as  the  act,  calls  for  the 
use  of  technology  as  part  of  the 
requirements  of  accommodation. 
These  requirements  present  a  number 
of  new  opportunities  for  the 
application  of  rehabilitation 
engineering  services. 

Introduction 

The  ADA  has  been  called  the 
Emancipation  Proclamation  for  those 
with  disabilities.  Consisting  of 
five  major  sections,  the  ADA  will 
bar  discrimination  by  both  private 
business  and  governments  in  public 
accommodations  and  services, 
telecommunications,  and  employment. 
While  access  to  buildings  and 
transportation  is  reasonably  well 
understood,  the  employment 
provisions  of  the  ADA  are  unique  in 
the  requirements  for  providing,  on 
an  individual  basis,  "reasonable 
accommodation".  (Postol  and  Kadue, 
1991)  .  These  provisions  take  effect 
in  July,  1992  for  employers  with  25 
or  greater  employees,  and  in  July, 
1994  for  employers  with  15  or 
greater  employees.  Reasonable 
accommodation  can  include  facility 
access,  reassignment,  modified 
schedules,  job  restructuring, 
acquisition  or  modification  of 
equipment,  and  similar  measures. 
Technological  approaches  to  such 
accommodation,  including  specific 
examples,  was  anticipated  in  the 
legislative  history  of  the  ADA 
(House  and  Senate  Reports) .  Such 
accommodations  must  be  made  unless 
they  present  "undue  hardship"  to 
the     employer,      i.e.     an  action 


requiring  significant  difficulty  or 
expense.  Factors  to  be  considered 
in  the  evaluation  of  undue  hardship 
include  the  nature  and  cost  of  the 
accommodation,  the  financial 
resources  of  the  employer,  the 
number  of  persons  employed,  the 
effect  of  the  accommodation  on 
other  operations,  and  related 
matters.  Technological  input  will 
be  required  in  three  areas; 
evaluation  of  requirements  for 
feasibility  and  cost,  the 
implementation  of  selected  aids, 
and  the  resolution  of  disputes 
relating  to  whether  accommodation 
should  have  been  made. 

Evaluation 

When  the  issue  of  accommodation 
first  arises  it  will  be  necessary 
in  many  cases  for  the  employer  to 
obtain  an  initial  study  of  what 
accommodations  are  appropriate  for 
an  individual  candidate,  and 
whether  these  accommodations  can  be 
provided  without  undue  hardship. 
Addressing  this  question  includes 
traditional  employment  counselor 
and  rehabilitation  engineering  and 
technology  activities.  This  might 
be  done  by  in  house,  by  a  state  or 
other  vocational  counselor,  or  by 
outside  consultants.  The  objective 
would  be  to  identify  what  v/ould 
have  be  de  done,  what  it  would 
cost,  and  other  implications  of 
implementation.  These  factors 
would  enter  the  employers  decision 
as  to  whether  or  not  the 
accommodation  was  reasonable. 

Implementation 

Following  a  favorable  evaluation 
and  decision  by  the  employer,  the 
technical  aspects  of  the 
accommodation  must  be  implemented. 
Depending  on  the  scope  and 
complexity  of  what  is  needed,  the 
accommodation  may  involve  a  range 
of  devices  from  off-the-shelf 
equipment  to  custom  design.  The 
equipment  must  also  be  setup  at  the 
workplace  along  with  any  other 
physical  modifications.  As  with 
many    rehabilitation  applications, 
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this  may  involve  vendors, 
technologists,  engineers  and  other 
providers.  Cost  sharing  between 
provider  and  employer  may  also  have 
to  be  resolved  if  the  burden  would 
be  unreasonable  on  the  employer 
alone.  It  will  also  be  appropriate 
in  most  cases  to  provide  follow-up 
evaluation  to  make  sure  that  the 
accommodation  is  successful  from 
the  point  of  view  of  both  the 
employee  and  the  employer.  More 
long  term  follow-up  may  also  be 
necessary  as  the  requirements 
change  or  the  employee  is 
considered  for  other  work.  The 
latter  is         an  important 

consideration  in  that,  having 
overcome  any  initial  barriers  to 
employment,  the  worker  should  not 
be  discriminated  against  with 
respect  to  opportunities  for 
advancement . 

Dispute  Resolution 

It  has  been  predicted  that  among 
other  effects,  the  ADA  will 
generate  a  significant  number  of 
allegations  of  discrimination  with 
the  need  to  resolve  these  either 
administratively  or  by  litigation. 
The  administrative  procedure 
involves  filing  a  charge  with  the 
Equal  Employment  Opportunity 
Commission  (EEOC)  .  If  the  EEOC 
does  not  initiate  proceedings 
against  the  employer  it  must  issue 
a  right-to-sue  letter  to  the 
complainant  who  may  then  initiate 
civil  litigation.  It  can  be 
anticipated  that  the  nature  and 
reasonableness  of  accommodation 
will  play  a  significant  role  in 
such      disputes.  An  initial 

evaluation  would  be  significant 
with  respect  to  conclusions  that 
accommodation  was  not  feasible  or 
that  it  would  it  be  too  costly.  In 
the  absence  of  an  initial 
evaluation  one  would  probably  have 
to  be  done  in  defense  to  prove  that 
the  employer  had  acted  properly  in 
not  accommodating  the  worker. 
Similarly,  the  plaintiff  worker 
Would  want  to  have  their  own 
evaluation  in  order  to  establish, 
if  possible,  that  accommodation 
should  have  been  made.  Since  the 
plaintiff  evaluation  can  be 
expected  to  result  in  a  proposed 
solution  to  the  accommodation 
problem,  the  defense  side  will  be 
further  required  to  explain  why  the 
plaintiff's  plan  was  not  suitable. 


Thus,  as  in  many  litigation  areas, 
the  "experts"  on  each  side  will 
play  an  important  role  in  providing 
evidence  on  whether  or  not 
accommodations  should  have  been 
provided. 

Conclusion 

The  ADA  will  require  a  new  level  of 
effort  to  provide  technical 
accommodations  to  workers  or 
applicants  with  disabilities. 
While  such  activities  have  been 
ongoing,  federal  requirements  will 
no  doubt  increase  the  demand  for 
rehabilitation  engineering  and 
technology  services.  These 
services  will  be  necessary  in  order 
to  provide  evaluations  of  what 
adaptations  would  be  required,  and 
what  they  would  cost,  in  order  to 
accommodate  particular  workers  to 
particular  jobs.  They  will  also  be 
necessary  when  feasible 

accommodations  are  identifiad  and 
chosen  for  implementation. 
Finally,  rehabilitation  engineering 
studies  will  also  be  required  in 
the  dispute  resolution  phase  of  the 
ADA  when  a  claim  of  denied 
accommodation  must  be  analyzed. 
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ABSTRACT 

The  Assistive  Technology  Clinics  at  The 
Children's  Hospital  in  Denver  strives  to 
provide  an  interdisciplinary,  comprehensive 
evaluation  for  children  who  may  benefit  from 
assistive  technology.  Clinics  include 
Positioning  and  Mobility,  AccessAbility, 
Augmentative  Communication,  Learning 
Enhancement,  and  Environmental  Controls. 
Team  members  include  an  occupational 
therapist,  physical  therapist,  rehabilitation 
engineer,  physician,  speech  language 
pathologist,  and  learning  specialist.  The 
evaluation  process  begins  with  enhancing 
community  awareness  in  order  to  reach  those 
in  need  of  technology.  The  assessment  is 
family-centered  and  designed  to  promote 
choice.  The  process  concludes  with  follow 
through  of  recommendations;  including 
funding,  resources,  and  training. 

BACKGROUND 

As  the  physically  challenged  population  continues  to 
grow  in  number,  the  variety  of  technology  available 
to  meet  their  special  needs  expands  Internationally. 
However,  when  faced  with  such  a  vast  array  of 
technology,  the  need  for  evaluation  becomes  even 
more  apparent.  The  technology  user,  family,  and 
those  working  with  the  user  need  to  be  informed  as 
to  what  assistive  technology  is  available,  and 
assisted  in  identifying  which  equipment  will  best 
meet  their  needs  and/or  goals. 
Technology  evaluations  have  often  been  fragmented, 
with  many  professional  disciplines  unrepresented, 
and/or  not  working  together  as  a  team.  Families  are 
often  uninformed  and,  as  a  result,  professionals 
often  make  recommendattons  without  including  the 
family  In  the  decision.  Clearly,  there  is  need  for  a 
comprehensive,  interdisciplinary  approach,  in 
conjunction  with  this  need  for  appropriate 
evaluation,  is  the  need  for  corresponding  follow 
through.  Including  the  areas  of  funding,  training, 
and  on-going  evaluatton  as  the  user's  needs  change. 
An  Ideal  evaluatton  would  prevent  acquisition  of 
Inappropriate  equipment  which  too  often  ends  up  on 
closet  shelves,  but  woukl  Increase  independence  and 
quality  of  life  through  assistive  technology. 


OBJECTIVE 

The  purpose  of  the  Assistive  Technology  Clintes  is 
twofold:  1)  to  provide  an  interdisciplinary, 
comprehensive  evaluation  of  the  child  to  determine 
which  iechnok>gy  can  best  meet  the  user's  needs  and 
goals,  and  2)  to  include  the  user/family  as  a  part  of 
the  team  and  give  them  the  infOrmatton  they  need  to 
make  a  decisk>n. 

METHOD/APPROACH 

Referrals 

The  Assistive  Technology  Clinics  have  served  users 
from  all  over  the  United  States.  Referral  sources 
include  physicians,  therapists,  educators,  parents, 
and  users  themselves.  Both  inpatient  and  outpatient 
populations  are  represented.  The  program  also 
attempts  to  increase  community  awareness,  and 
thus,  help  find  those  in  need  of  technology  who  are 
not  receiving  services. 

Once  a  referral  Is  received,  all  pertinent 
information  is  gathered  prior  to  scheduling  the 
evaluation.  Gathering  of  information  Includes  a 
pre-evaiuation  questionnaire  completed  by  the 
family,  medical  records,  therapy  reports,  and 
school  reports. 

Clinic  Process 

The  Assistive  Technology  Clinte's  staff  consists  of 
an  Occupational  Therapist,  Physical  Therapist, 
Rehabilitation  Engineer,  Rehabilitation  Physician, 
Speech  Language  Pathologist,  and  Learning 
Specialist.  Other  disciplines  who  can  be  included  as 
needed  are  a  Lekotek  leader  (adaptive  toys  and 
play),  parent  advocate,  social  worker,  and 
recreational  therapist.  The  Assistive  Technology 
Clinics  consist  of  Positioning  and  Mobility, 
AccessAbility,  Augmentative  Communication, 
Learning  Enhancement,  and  Environmental 
Controls. 

The  evaluation  process  begins  with  a  parent 
conference,  attended  by  all  team  members.  The 
family  Is  a  vital  part  of  the  team.  Friends,  family 
members,  or  other  professtonals  working  with  the 
user  are  welcome,  at  the  user's  invitation.  At  this 
conference,  the  user  and  family  are  encouraged  to 
express  their  goals  for  the  evaluation.  The  staff 
reviews  information  prevtously  gathered  with  the 
team. 


484 


RESNA  International '92  •  June  6-11,  1992 

49U 


Assistive  Technology  Clinics 


Positioning  and  Mobility  Clinic.  The  Positioning  and 
Mobility  Clinic  begins  with  examination  by  the 
physician  and  the  physical  therapist.  Orthopedic 
concerns,  as  well  as  influence  of  joint  range  of 
motion,  muscle  tone,  and  primitive  reflexes  as 
relevant  to  seating,  are  identified  at  this  time.  Now 
the  child  is  positioned.  Frequently  a  modular 
Seating  Frame  is  utilized,  which  is  a  component 
system  that  allows  simulation  of  a  custom  linear 
seat.  This  system  can  include  an  anti-thrust  seat, 
which  has  been  found  extremely  beneficial  for 
children  with  extensor  posturing.  The  seating 
frame  is  mounted  on  an  Invacare  Arrow  power  base 
which  can  be  adapted  to  multiple  access  methods. 
Once  a  child  is  positioned  optimally,  an  access 
method  is  determined  for  mobility.  This  may 
include  joystick,  multiple  switch  array,  single 
switch  scanning,  sip  and  puff,  RIM  control,  etc. 
Mobility  skills  are  then  explored  in  conjunction 
with  access  assessment.  Skills  explored  may 
include  cause  and  effect,  stop  and  go,  turning, 
steering,  negotiating  obstacle  courses,  ramps, 
doors,  etc. 

The  Positioning  and  Mobility  Clinic  concludes  with 
a  Summary  Conference  at  which  time  a  mutually 
recommended  seating  system  and/or  mobility 
devices  may  be  ordered. 

AccessAbilitv  Clinic.  Access  to  technology  is 
assessed  during  the  entire  evaluation  process. 
Access  is  considered  in  terms  of  how  the  user 
interacts  (or  needs  or  would  like  to  interact)  with 
every  aspect  of  his  or  her  environment.  Access  also 
impacts  how  devices  may  interface  with  one 
another. 

Aiinmpntative   Communication  Clinic.  Clinic 

resumes  the  next  day  with  another  parent 
conference  at  which  time  specific  augmentative  and 
learning  issues/goals  are  identified.  The 
Augmentative  Communication  Clinic  is  staffed  by  a 
speech  language  pathologist  and  an  occupational 
therapist,  if  access  is  an  issue.  In  this  clinic,  team 
members  evaluate  a  child's  potential  for 
communication  and  match  needs  with  features  of 
particular  communication  devices.  Light  tech  as 
well  as  high  tech  systems  are  explored. 

Learning  Enhancement  Clinic.  The  Learning 
Enhancement  clinic  Is  staffed  by  a  speech  languaoe 
pathologist  with  special  training  in  special 
education  and  an  occupational  therapist,  if  access  is 
an  issue.  Through  use  of  computer  technology,  team 
members  evaluate  a  child's  potential  to  use 
appropriate  educational  programs  as  a  means  to 
facilitate  learning  and  language  growth  whenever 
use  of  conventional  education  methods  are  difficult 
for  the  child. 


Environmental  Controls  Clinic.  Finally. 

environmental  controls  are  examined  by  the 
occupational  therapist.  A  wide  variety  of  systems 
are  considered  and  matched  to  the  user's  access 
capabilities,  control  needs,  and  general  cognitive 
skills. 

Ai  the  conclusion  of  these  clinics,  the  Assistive 
Technology  Clinic  staff  meet  again  for  a  staffing  to 
review  the  evaluation  and  recommendations.  During 
this  tiipe,  the  user  and  attendees  have  a  recess  with 
time  to  reflect  on  the  evaluation,  discuss  Issues  and 
formulate  questions.  Finally,  a  Summary 
Conference  is  held,  with  all  team  members  present, 
during  which  the  entire  evaluation  is  reviewed. 
Recommendations  and  further  information  are 
presented  to  the  user  to  better  enable  them  to  make 
an  informed  choice  as  a  team  member.  Questkjns  are 
addressed  and  folbw-up  is  discussed  and  begins. 

Follow-up 

During  the  Summary  Conference,  the  user/family 
is  given  a  Question  and  Answer  form  as  well  as  a 
Summary  form  which  lists  goals,  recommendations 
and  resources  for  the  family.  The  family  receives 
formal  reports  and  a  post-evaluation  questionnaire 
by  mail.  Follow-up  calls  are  made  at  1,  3,  6,  and 
12  month  intervals,  at  which  time  status  of  the 
recommendations  is  checked.  This  includes 
equipment  funding,  order,  delivery,  and  check-out. 
The  physician  writes  a  Letter  of  Medical  Necessity 
and  fills  out  any  necessary  forms  which  are  sent  to 
the  equipment  vendor  to  facilitate  funding  approval. 
If  further  documentation  or  justificalion  is  needed, 
the  appropriate  team  member  can  provide  this,  as 
well.  Following  funding  approval,  the  Assistive 
Technology  Clinic  verifies  that  an  order  has  been 
placed  and  receives  an  estimated  delivery  date.  Upon 
delivery,  a  team  member  checks  out  the  equipment 
to  verify  that  the  equipment  is  correct  and  to  iDegin 
any  needed  training. 

Training  is  provided,  as  needed,  either  as  a  tool  to 
further  determine  recommendations  or  to  instruct 
the  user,  family  or  others  in  the  use  of  obtained 
equipment.  If  the  family  lives  out  of  the  area, 
intensive  training  sessions  are  scheduled  when  the 
family  can  return  or  detailed  training 
recommendations  are  made  which  are  carried  out  in 
the  home  area.  A  user  might  be  referred  for  re- 
evaluation  at  a  later  date,  after  achieving  specified 
goals  (ie.  demonstrates  stop  and  go  concepts  for 
mobility),  or  as  needs  change. 
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RESULTS 

Overall,  the  surrounding  community  has 
demonstrated  Increased  awareness  of  technology 
resulting  in  more  referrals  for  those  in  need  of 
technology.  Those  professionals  who  are  working 
with  evaluees  have  been  generally  pleased  with  the 
evaluation,  recommendations,  and  follow  through. 
The  most  favorable  results  have  been  from  the 
users  themselves.  Many  who  are  physically 
challenged  have  achieved  some  independence  in 
their  lives  for  the  first  time  during  the  Assistive 
Technology  Clinics.  Perhaps  this  was  the  first  time 
they  could  move  themselves  through  their 
environment  independently,  speak  what  was  on 
their  mind,  or  create  and  print  a  card  to  their 
mother  on  the  computer.  Satisfaction  with 
availability  of  funding  sources  and  quality  of 
service  from  equipment  vendors  is  an  ongoing 
issue,  one  which  the  Assistive  Technology  Clinic 
team  is  striving  to  impact. 
The  Assistive  Technology  Clinic  staff  have  lound  the 
team  approach  less  frustrating  and  have  been 
pleased  with  resulting  recommendations,  which  are 
more  coordinated.  There  has  been  a  "streamlining" 
of  equipment  ordered.  For  example,  if  joystick 
access  to  a  power  wheelchair  has  been 
recommended,  this  access  method  may  also  be 
recommended  for  an  augmentative  communication 
system,  and  the  two  devices  Interfaced. 
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DISCUSSION 


Four  major  philosophies  form  the  foundation  of  the 
Assistive  Technology  Clinic  process.  First,  is  a 
Team  approach  which  Is  truly  interdisciplinary  and 
comprehensive.  Second,  Is  a  Family  Centered 
approach.  The  family  is  truly  a  member  of  the 
Assistive  Technology  Clinic  team  and  their  input, 
goals,  and  needs  are  stressed  from  referral  through 
follow-up.  Third  Is  Promoting  Choice.  The  user  and 
family  are  provided  with  information  in  as  clear 
and  as  organized  a  manner  as  possible  to  assist  them 
in  making  an  informed  decision  as  a  member  of  the 
team.  Any  time  a  decision  is  made  throughout  the 
process,  the  family  makes  the  ultimate  choice  with 
input  from  the  other  team  members.  Finally,  the 
Assistive  Technology  Clinic  process  is  a  Total 
approach.  The  staff  do  not  just  perform  evaluations. 
The  clinics  identify  needs,  perform  the  evaluations, 
and  follow  through  with  all  recommendations  made 
and  with  training  and  re-evaluation  needs.  These 
philosophies  help  to  ensure  that  the  Assistive 
Technology  Clinics  do  not  merely  provide 
recommendations,  but  result  in  effective  technology 
which  Is  used  to  promote  increased  Independence 
and  quality  of  life  for  those  who  are  physically 
challenged. 
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Dinah  F.B.  Cohen,  Program  Director 
Computer/ Electronic  Accommodations  Program 
Defense  Medical  Systems  Support  Center 
Falls  Church,  VA  USA 


Introduction 

The  Department  of  Defense  (DoD) 
has  taken  a  proactive  approach 
towards  disability  management. 
Secretary  of  Defense  Cheney  has 
set  department  goals  to 
increase  representation  of 
employees  with  disabilities 
from  1.2%  to  2%  by  the  end  of 
fiscal  year  1992.  DoD  is 
aggressively  recruiting 
individuals  with  disabilities 
and,  to  support  this  goal,  the 
Computer/Electronic 
Accommodations  Program  (CAP) 
was  established  in  1990. 

CAP  assists  DoD  agencies  by 
providing  adaptive  devices  for 
DoD  employees  with 
disabilities.  The  program  is 
intended  to  eliminate  a  wide 
variety  of  barriers  for  people 
with  disabilities  who  use  DoD 
facilities  and  participate  in 
DoD  programs  and  activities. 
DoD  has  programmed  $10.7 
million  through  1994,  making 
CAP  the  largest  and  most 
innovative  initiative  in  the 
Federal  government  to 
accommodate  individuals  with 
disabilities. 

The  CAP  is  a  joint  effort 
between  the  Assistant  Secretary 
of  Defense  (Force,  Management 
and  Personnel)  (ASD(FM&P))  and 
the  Assistant  Secretary  of 
Defense  (Health  Affairs) 
(ASD(HA)) .  The  Defense  Medical 
Support  Activity  (DMSA) ,  a 
field  activity  under  ASD(HA), 
and  one  of  its  subordinate 
program  offices,  specifically 
the  Defense  Medical  Systems 
Support  Center  (DMSSC) ,  has 
been  named  the  executive  agent. 


Methods 

To  achieve  DoD  goals  to  support 
the  recruiting,  hiring  and 
advancement  of  persons  with 
disabilities,  the  CAP  office 
identified  two  primary  areas 
for  program  development.  The 
first  was  to  establish  a 
mechanism  for  disseminating 
information  and  educating  DoD 
organizations  regarding 
disability  management.  The 
second  was  to  develop  an 
accommodation  request  process 
to  ensure  that  appropriate 
adaptive  devices  are  provided 
in  a  timely  manner.  These  two 
initiatives  are  further 
discussed  below. 

In  order   for  DoD  goals   to  be 
met  it  is   imperative  that  DoD 
managers,  supervisors, 
Personnel/EEO  officers,  and  DoD 
employees     be     aware     of  the 
issues        of  disability 
management,  the  ease  with  which 
they  can  be  addressed,  and  the 
assistance    available  through 
the  CAP  office.    The  CAP  office 
has   instituted  an  information 
dissemination        program  to 
educate    the    DoD  communicate, 
our        strategy  includes 
conducting  presentations, 
participating     in  conferences 
and    exhibits,    and  completing 
site      visits      to      build  an 
infrastructure  for  information 
dissemination.         To  support 
these      activities,      the  CAP 
office  developed  a   variety  of 
materials      including  display 
materials,    a   video,    a  folder 
and  fact  sheets,  a  brochure  and 
letterhead. 

Concurrent  with  the  execution 
of  the  information 
dissemination  program,  the  CAP 
office  established  the  process 
for  filling  accommodation 
requests.        This  incorporates 
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the  completion  of  a  needs 
assessment,  identifying 
alternative  solutions, 
coordinating  with  the  employee 
with  a  disability  to  select  the 
best  alternative,  procuring  the 
accommodation  and  ensuring 
delivery,  installation  and 
training.  The     CAP  office 

coordinates  all  accommodation 
requests  with  the  requesting 
individual  and  assigned  point 
of  contact  to  ensure 
customer  satisfaction.  in 
addition  to  providing  adaptive 
devices  to  improve 
accessibility  to  computer 
applications  and  capabilities, 
the  CAP  office  supports  long 
term  (over  five  days)  training 
with  sign  language 
interpreters . 

Results 

In  fiscal  year  1991,  the  CAP 
office  participated  in  47 
events  (such  as  conferences, 
presentations  and  exhibits) 
reaching  over  7,000  individuals 
v;ho  are  directly  impacted  by 
DoD  disability  management 
issues.  This  program  has  been 
extremely  successful  in  getting 
the  word  out  about  CAP.  As  a 
result,  CAP  has  provided  nearly 
1400  TDDs  to  offices  and 
individuals  requiring  increased 
communication  capability,  and 
932  accommodations  for  persons 
with  hearing,  vision  and 
mobility  impairments  throughout 
the  DoD  community. 

Discussion 

Efforts  continue  to  increase 
awareness  of  the  CAP  and  the 
number  of  accommodations 
provided.  Future  program  goals 
include : 


Continue  to  provide 
adaptive  equipment 
to  DoD  employees 
with  disabilities. 

The  FY  92  goal 
is  to  provide 
12  0  0 
accommodations . 

Continue  to  educate 
the  DoD  community 
regarding  disability 
management  issues. 

Targeted  40 
presentations 
and  workshops 
for  FY  92. 

Streamline  the 
procurement /request 
process  for  adaptive 
equipment . 

Improve 
timeliness  of 
accommodation 
delivery. 

Coordinate  with  DoD 
managers  to  ensure 
accommodation 
requirements  are 
incorporated  in 
system  development. 

Select 
representative 
systems  under 
DMSSC  authority 
and  conduct 
review  to 
ensure 
compatibility 
v;ith  adaptive 
equipment . 

Develop  and  conduct 
workshops  regarding 
acquisition  planning 
for  accessibility. 
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Mainstream 
accessibility 
requirements 
with  on-going 
system  hardware 
and  software 
procurement. 

Serve  as  an 
accessibility 
requirements  advisor 
to  the  Medical 
Functional  Working 
Groups,  Technical 
Integration  Manager 
and  Technical 
Implementation 
Managers  of  the  DoD 
Corporate 
Information 
Management  (CIM) 
initiative. 

The  CIM 
init  iative 
centralizes  DoD 
system  and 
communications 
deve  lopment 
activities. 

Incorporate 
access  ib  i 1 i ty 
requirements  in 
system 
r equ  i  rements 
definition, 
design  and 
deve  lopment 
process . 


Dinah  F.B.  Cohen,  C.R.C. 
program  Director 
Computer/ Electronic 

Accommodations  Program 
DMSSC 

5109  Leesburg  Pike,  Suite  502 
Falls  Church,  VA  2204J 
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SEATING  THE  ACUTE  TRAUMATIC  BRAIN  INJURY  CLIENT-  A  CASE  STUDY 


J.  Piriano,  P.T.;  E.  Cherwak,  P.T. ;  B.  Unruh* 
A.R.T.  Program,     Marianjoy  Rehabilitation  Hospital  and  Clinics 
The  Durable  Medical  Equipment  Shoppe,  Napervilie* 


ABSTRACT 

Traumatic  Brain  Injury  (TBI) 
clients  admitted  to  an  in- 
patient acute  rehabilitation 
setting  present  with  a  wide 
range  of  complex  seating  and 
mobility  needs  that  must  be 
addressed  in  an  ongoing  manner. 
A  service  delivery  system 
established  by  the  Applied 
Rehabilitation  Technology  (ART) 
Department  to  meet  the  changing 
needs  of  the  TBI  client  is  an 
essential  component  of  the 
rehab  team  in  order  to  maximize 
functional  outcome.  This  case 
study  will  demonstrate  the 
changing  needs  of  the  TBI 
client  and  the  service  delivery 
model  established  to  meet  these 
needs  in  a  timely  manner. 


BACKaROUMD 

In  response  to  M.D.  orders  to 
get  the  early  acute  TBI  client 
out  of  bed  and  into  a  w/c,  a 
number  of  clients  have  been 
admitted  to  our  rehabilitation 
facility  with  a  definitive  w/c 
and  seating  system  that  has 
been  funded  by  a  3rd  party 
payor.  Unfortunately,  none  of 
the  systems  were  designed  to 
change  with  the  needs  of  the 
client,  thus  necessitating 
negotiation  for  new  seating 
systems  and  mobility  devices. 
This  is  not  cost  effective  and 
it  does  not  provide  ongoing 
benefit  to  the  client.  Thus, 
it  is  essential  that  3rd  party 
payors  and  Rehab  Technology 
Suppliers  (RTS)  understand  the 
diagnosis  of  TBI  and  the 
changing  needs  of  this 
diagnostic  group. 


CASE  STUDY-R 

R  is  a  15  year  old  male  who 
sustained  a  Closed  Head  Injury 
secondary  to  a  beating  with 
pipes  and  bats  by  alleged  gang 
members  for  his  tennis  shoes. 
He  was  found  unconscious.  CT- 
scan  revealed  cerebral  edema. 


blood  in  the  4th  ventricle,  and 
hemorrhages  near  the  occipital 
lobe.  He  was  intubated,  and 
had  a  gastrostomy  tube  placed. 
His  course  was  complicated  by 
pneumonia,  grand  mal  seizures, 
GI  bleed,  and  urinary  tract 
infections.  He  was  admitted  8 
weeks  post  injury  to  our  acute 
rehab  center  medically  stable. 


Upon  admission  R  was  evaluated 
by  the  rehab  team  and  orders 
were  received  from  the  M.D.  to 
get  the  patient  up  in  a  w/c. 
He  was  issued  a  narrow  recliner 
w/c,  a  16"  X  18"  Jay  cushion, 
and  a  posey  belt  through  the 
hospital,  and  a  request  was 
submitted  to  the  ART  department 
for  evaluation  of  his  seating 
needs.  R  was  found  to  be 
dependent  in  head  and  trunk 
control,  dependent  in  mobility, 
inconsistent  in  his  responses 
to  stimuli,  and  and  unable  to 
follow  simple  commands. 
Following  assessment  by  the  ART 
department  R  was  seated  in  an 
18"  standard  recliner  w/c  (seat 
to  back  angle  at  I20a)  with  a 
solid  1"  drop  seat  platform, 
16"  X  18"  Jay  cushion, 
bilateral  1  1/2"  hip  blocks, 
450  angle  pelvic  stabilizing 
bait,  18"  Jay  back  with  jumbo 
lateral  trunk  supports, 
adjustable  height  removable 
desk  armrests,  polycarbonite 
upper  extremity  support  tray, 
medium  Otto  Bock  head/neck  rest 
with  multi-axial  hardware 
mounted  to  the  Jay  back, 
elevating  legrests,  and  anti- 
tipping  devices.  He  was  able 
to  tolerate  this  system  for  up 
to  3  hours,  attend  therapies  in 
the  clinic,  and  was 
consistently  more  alert,  aware, 
and  responsive  than  when  in 
bed.  As  his  tolerance  to 
upright  increased  the  seat  to 
back  angle  was  decreased  to 
110=  then  to  100=  with  the 
headrest  changed  accordingly. 
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R  began  demonstrating  increased 
purposeful  activity,  and  an 
inconsistent  ability  to  follow 
1  step  commands.  At  this  time 
he  was  reassessed  by  ART  alomj 
with  a  local  RTS  present.  The 
RTS  provided  a  16"  Gunnel  tilt- 
in-space  and  recline  w/c  with  a 
firm  back,  lateral  trunk  sup- 
ports, a  16"x  20"  Jay  cushion 
with  a  solid  insert,  45a  angle 
pelvic  stabilizing  belt.  Otto 
Bock  head/neck  rest,  adjustable 
height/adjustable  angle  remov- 
able armrests,  swingaway  foot- 
rests  with  heel  loops,  and 
anti-tipping  devices  for 
assessment.  The  tilt-in  -space 
feature  of  this  system  allowed 
the  team  to  begin  to  decrease 
his  seat  to  back  angle  while 
utilizing  gravity  to  assist  and 
to  maintain  head  and  trunk 
control . 

R's    tracheostomy    was  plugged 
and    eventually  discontinued. 
He    began    to    follow    1-2  step 
commands  consistently,  and  when 
he   could   move   his    left  upper 
and    lower    extremities    in  an 
isolated    manner    he    began  to 
learn  w/c  propulsion.    His  head 
and  trunk  control  remained  poor 
thus   he   continued   to  require 
external  support  and  the  assist 
of    gravity    therefore    he  was 
reassessed     for     a  different 
seating    and    mobility  system. 
The  ART  department,  along  with 
the  local  RTS  seated  R  in  a  16" 
lightweight  recliner  w/c  with  a 
1"   solid  drop  seat,    16"  x  20" 
Jay  cushion  with  bilateral  hip 
guides,       45fi      angle  pelvic 
stabilizing  belt,   16"  Jay  back 
with   large  lateral  trunk  sup- 
ports,  medium  Otto  Bock  head/ 
neck  rest,    adjustable  height, 
removable  desk  armrests,  poly- 
carbonate full  upper  extremity 
support  tray,    swingaway  foot- 
rests    with    heel     loops,  and 
anti-tipping      devices.  He 
started   to   propel    this  chair 
with  his  left  lower  extremity 
with   maximal    assist.  Wheel- 
chair    propulsion     created  a 
deterioration        of  his 
positioning  thus  the  anterior 
portion  of  the  solid  seat  was 
dropped     2",     and     back  pack 
positioning  straps  were  placed 
on  the  Jay  back.      R  began  to 


propel  the  w/c  with  standby 
assist  with  his  left  lower 
extremity  and  was  beginning  to 
use  his  right  as  well. 

R  was  then  reassessed  by  the 
ART  department  for  a  16" 
ultralight  wheelchair  with  no 
changes  made  to  his  seating 
system  at  this  time.  The 
wheelchair  was  oriented  back  in 
space  158  as  R  continued  to 
present  with  poor  neck  and 
trunk  extension.  R  tolerated 
the  w/c  and  seating  well  and  at 
this  point  it  was  determined 
that  it  was  appropriate  to 
order  R's  definitive  w/c.  R 
soon  learned  to  propel  the  w/c 
with  both  lower  extremities, 
both  upper  extremities,  or  with 
all  4  extremities.  He  was 
becoming  adept  at  setting  up 
the  w/c  for  transfers,  and  was 
making  cognitive,  oral  motor, 
fine  and  gross  motor  gains  as 
well.  His  head  control  improved 
slowly.  However,      once  he 

displayed  sufficient  and 
consistent  control  his  headrest 
was  removed.  He  began  oral 
intake  of  food  and  liquids 
under  supervision  and  soon  his 
G-tube  was  discontinued. 

R's  trunk  control  continued  to 
improve  slowly,  he  was  no 
longer  required  to  be  oriented 
back  in  space  for  oral 
feedings,  was  participating  in 
his  grooming,  hygiene,  and 
feeding  skills,  and  was 
beginning  to  work  on  paper  and 
pencil  tasks.  At  this  time  the 
orientation  of  his  chair  in 
space  was  changed  to  50  in 
space.  Soon  after  the  lateral 
trunk  suppoits  were  moved  away 
from  close  contact,  and  shortly 
after  that  they  were  removed 
altogether.  R  became 

proficient  at  w/c  propulsion  on 
level  terrain,  began  propulsion 
on  unlevel  surfaces,  was  able 
to  set  the  wheelchair  up  for 
transfers,  performed  grooming, 
hygiene,  dressing,  and  feeding 
at  the  w/c  level.  He  was 
unable  to  perform  his 
activities  of  daily  living 
without  the  external  support 
provided  by  his  w/c  as  he 
displayed  severe  ataxia  in  the 
trunk    and    upper  extremities 
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without  the  external  support. 
As  trunk  control  and  functional 
mobility  improved  R's  Jay  back 
was  removed  and  replaced  by  a 
16"  Jay  Active  back.  This 
provided  R  with  lumbar  and  low 
thoracic  support  without 
interfering  with  upper 
extremity  and  upper  thoracic 
mobility. 

R  continues  to  utilize  this  w/c 
1  year  post  injury  with  the 
exception  of  the  polycarbonite 
upper  extremity  support  txay. 
His  trunk  control  has  improved 
to  fair/fair+,  he  is  ambulating 
short  distances  with  moderate 
assist  using  a  cane,  and  is 
beginning  to  perform  some  of 
his  activities  of  daily  living 
out  of  his  wheelchair.  He 
still  uses  his  w/c  as  his 
primary  mode  of  mobility,  and 
in  the  performance  of  the 
majority  of  his  daily  tasks. 

The  ability  to  change  R's 
seating  system  and  mobility 
device  was  made  possible 
through  the  cooperative  efforts 
of  the  Rehab  team,  the  Applied 
Rehabilitation  Technology 
Department,  the  local  Rehab 
Technology  Supplier,  and  the 
Third  Party  Paying  Source.  Had 
any  one  of  these  key  members 
been  inflexible  or  unwilling  to 
meet  the  changing  needs  of  this 
Traumatic  Brain  Injury  Client 
the  clients'  maximal  functional 
outcome  may  not  be  achievp.d  as 
complications  may  have  arisen 
secondary  to  poor  seating  and 
positioning.  Complications 
such  as  musculo-  skeletal 
deformity,  respiratory  gastro- 
intestinal, or  bowel  and 
bladder  compromise  would  have 
significantly  affected  R's 
progress  and  thus  his  outcome. 
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It  is  imperative  that  all 
parties  involved  in  the 
rehabilitation  and  the  seating 
and  mobility  selection  for  the 
acute  Traumatic  Brain  Injury 
Client  ts  aware  of  the  changing 
needs  of  this  diagnostic  group 
and  strive  to  meet  these  needs 
in  an  efficient  and  timely 
manner  in  order  to  maximize  the 
client's  functional  outcome. 
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Wheaton,   IL  60189 
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Assistive  Technology  On  Campus  (ATOCh  Preparation  For  Meaningful  Careers 

James  A.  Lenker 
Center  for  Therapeutic  Applications  of  Technology 
University  at  Buffalo 
Buffalo,  NY 


ABSTRACT 

The  Assistive  Technology  on  Campus  program  provide? 
persons  who  have  disabilities  with  assessments  for 
adaptive  devices  and  promotes  the  provision  of 
appropriate  educational  experiences  alongside  their 
non-disabled  peers.  The  program's  overall  goal  is 
successful  placement  in  long-term,  mainstream  career 
positions  for  persons  with  sensory,  physical,  or  cognitive 
disabilities. 

BACKGROUND 

Several  articles  have  been  written  that  summarize 
general  issues  for  computing  accessibility  on  college 
campuses  12],  current  efforts  to  increase  accessibility  of 
computers  on  college  campuses  [1],  and  exemplary 
technology  support  service  programs  on  16  university  and 
college  campuses  131 . 

The  ATOC  program  was  initiated  in  August  1990  for  the 
purpose  of  investigating  a  model  that  would  improve 
employment  opportunities  for  graduating  college 
students  who  have  disabilities.  The  model  includes 
improvement  of  service  delivery  and  accessibility  at 
three  colleges  representing  the  three  traditional  levels 
of  post-secondary  instruction:  a  four-year  research 
university,  a  four-year  state  college,  and  a  two-year 
community  college. 

Assistive  devices  and  computer-based  technologies  are 
integral  to  this  program  because:  1)  many  students  with 
disabilities  can  utilize  technology  to  more  fully 
participate  in  an  integrated  higher  education 
environment,  and  2)  more  and  more  positions  in  our  job 
sector  require  computer  skills  and  involve  using  or 
developing  new  technology. 

OBJECTIVES 

ATOC's  objectives  include; 

1 .  If'.'^ntification  and  referral  of  post-secondary  students 
who  have  disabilities  to  appropriate  resources  for 
assistive  technology  service  delivery. 

2.  Provision  of  an  integrated  higher  education 
experience  for  students  with  disabilities  that  will  lead 
to  a  career  placement.  Specifically  this  includes: 

a.  Utilizing  the  services  of  a  model  regional  center  on 
assistive  technology  to  provide  students  witti  equipment 
and  training  in  the  use  of  that  equipment. 

b.  Working  with  the  computer  centers  on  the  three 
campuses  to  make  public  computer  centers  accessible  to 
students  with  disabilities. 


c.  Collaborating  with  the  campus  offices  of  disabled 
student  services  to  provide  additional  advisement  or 
guidance  needed  to  support  tl\ese  students  in  an 
integrated  higher  educational  environment. 

d.  Through  a  series  of  campus  faculty  orientations, 
increase  faculty  understanding  and  awareness  of 
reasonable  classroom  accommodations  and  assistive 
technology. 

3.  Successful  career  placement.  Specific  objectives  for 
achieving  this  goal  are: 

a.  Working  with  college  job  placement  officers  from 
three  campuses  and  members  of  an  Employers  Task  Force 
on  Disabled  Persons  to  provide  guidance  and  support  in 
the  selection  of  the  first  career  job. 

b.  Utilizing  the  services  of  a  model  regional  center  on 
assistive  technology  to  provide  graduating  students  who 
have  disabilities  with  any  sf>ecial  equipment  and 
training  that  may  be  necessary  for  successful  job 
placement. 

c.  Providing  employers  with  technical  assistance 
needed  on  job  modification  and/or  worksite 
accommodation. 

c.  Working  with  State  agencies  that  support 
employment  of  persons  with  disabilities  to  provide 
funding  for  equipment  and  worksite  modifications 
required  for  the  first  career  job. 

METHODS/ APPROACH 

Individual  student  referrals  typically  originate  from 
three  sources: 

1.  One  of  the  state  vocational  rehabilitation  agencies. 

2.  The  appropriate  office  for  disabled  student  services. 

3.  Self-referral. 

In  all  cases,  the  appropriate  vocational  counselor  is 
contacted  and  an  appointment  for  service  is  made,  Use  of 
a  regional  center  for  rehabilitation  technology  services 
is  invaluable  for  the  device  assessment  and  training 
phases. 

Networking  with  the  Collegiate  Consortium  for 
Disability  Awareness  (CCD. A.),  has  helped  facilitate 
many  of  ATOC's  working  relationships.  Members  of  the 
C.C.D.A.  include  representatives  from  over  fifteen  area 
campuses,  as  well  as  the  New  York  State  Office  for 
Vocational  and  Educational  Services  for  Individuals 
with  Disabilities  and  the  New  York  State  Office  for 
the  Blind  and  Visually  Handicapped. 
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In  addition,  ATOC  has  been  an  active  participant  in  a 
local  employment  consortium  that  includes 
representatives  from  over  30  placement  agencies. 

RESULTS 

The  individual  accomplishments  of  ATOC  to  date 
reflect  its  use  and  coordination  of  existing  resources  to 
achieve  the  broader  mission  of  improving  the  post- 
secondary  experience  and  increasing  the  probability  of 
eventual  employment  of  college  students  who  have 
disabilities. 

TransiHon  into  post-secondary  education 
ATOC  is  sponsoring  a  half-day  conference  for  the 
purpose  of  advising  special  educators,  resource  room 
instructors,  and  administrators  about  issues  for  students 
who  are  transitioning  from  high  school  to  one  of  the 
local  post-secondary  institutions.  This  conference  will 
be  teking  place  in  May  1992.  A  "Students/Parents 
Night"  will  be  sponsored  in  Fall  1992  for  the  purpose  of 
educating  transitioning  students  and  their  families 
about  the  requirements  for  entering  post-secondary 
institutions  in  the  region.  A  third  transition-oriented 
conference  vrill  be  sponsored  in  Fall  1992  for  the  purpose 
of  advising  special  education  instructors  and  their 
administrators  about  the  potential  applications  of 
assistive  technology  in  the  classroom. 

Assistive  technology  service  delivery 
ATOC  is  working  in  cooperation  with  the  New  York 
State  Office  of  Vocational  and  Educational  Services  for 
Individuals  with  Disabilities,  the  New  York  State 
Commission  for  the  Blind  and  Visually  Handicapped, 
and  a  regional  center  for  assistive  technology  assessment 
and  training.  ATOC  has  already  worked  intensively 
with  over  40  individual  students.  The  type  of  assistance 
provided  has  included  assessment,  recommendation, 
installation  and  training  for  use  of  computer  equipment, 
wheelchair  seating  and  positioning^ind  architectural 
access  issues. 

Improvement  of  campus  accessibility 
ATOC  has  provided  assistaiKe  to  the  participating 
community  college  to  upgrade  its  computer  facilities  to 
include  hardware  and  software  for  improving  access  to 
those  with  limited  vision  and/or  physical  impairments. 
Installation  of  hardwarc  and  software,  as  well  as 
development  of  training  materials,  will  be  coordinated 
by  ATOC  in  conjunction  with  computer  support  staff  at 
the  community  college.  The  philosophy  behind  this 
particular  effort  is  being  guided  by  the  suggestions  for 
facilities  accessibility,  staff  training,  and  equipment 
flexibility  suggested  by  Berliss  and  Vanderhcidcn  [21. 

The  Collegiate  Consortium  for  Disability  Awareness 
will  provide  their  opinions  of  campus  accessibility  for 
deaf  and  hard  of  hearing  students.  Technological 
devices  as  suggested  by  Scclman  [4]  will  be  considered 
for  recommendation  and/or  purchase. 

Five  existing  programs  listed  by  Berliss  [U  are  being 
contacted  for  information  about  their  experiences  in 


accessible  computing,  as  well  as  the  "Centers  of  Er>ergy" 
report  being  compiled  by  California  State  University, 
Northridge  [3). 

With  input  from  the  local  Collegiate  Consortium  for 
Disability  Awareness,  ATOC  is  compiling  education 
materials  for  the  purpose  of  developing  a  faculty 
training  module  that  will  educate  faculty  about  their 
responsibilities  for  accommodating  students  who  have 
disabilities.  Presentations  will  begin  to  individual 
department  meetings  at  the  beginning  of  school  year 
1992. 

Transition  into  the  workplace 
ATOC  will  be  assisting  with  presentation  and 
advertisement  of  a  free,  half-day  conference  in  April 
1992  for  disabled  college  students  who  are  preparing  to 
graduate.  Topics  included  vrill  be:  implications  of  the 
ADA,  applications  of  assistive  technology  in  the 
workplace,  and  a  roundtable  discussion  of  disabled 
graduates  who  will  reflect  on  their  experiences  in  the 
workplace. 

DISCUSSION 

ATOC's  program  goals  are  very  ambitious,  but  so  far  it  is 
making  successful  inroads  on  all  issues.  Further 
reporting  and  analysis  of  results  will  be  published  at 
the  conclusion  of  Year  3  (August  1993). 
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ABSTRACT 

The  purpose  of  this  study  was  to  investigate  the  role  of 
individuals  with  disabilities  in  the  computing  professions 
through  a  survey  of  the  Association  for  Computing  Machinery 
(ACM).  ACM  is  one  of  the  largest  organizations  of 
professionals  in  the  computing  industry  with  a  total  membership 
of  over  80,000.  Surveying  this  membership  contributes  to  the 
giowuig  body  of  data  to  address  the  magnitude  of  disability  in 
the  science  and  engineering  industry.  This  survey  will  help 
determine  1)  the  percentage  of  members  who  have  some  form 
of  disability,  2)  the  adequacy  of  disability  accommodations  in 
the  woikplace,  and  3)  ACM's  need  to  provide  special 
accommodations  for  individuals  with  disabilities.  The  tesulLs  of 
this  study  will  help  ACM  continue  to  provide  quality  service  to 
all  of  its  members.  In  addition,  ACM's  proactive  effort  to 
understand  the  breadth  of  disability  among  its  members  is 
setting  the  pace  for  other  professional  organizations. 

BACKGROUND 

Recent  surveys  on  the  prevalence  of  individuals  with  physical, 
mental,  or  emotional  disabilities  in  the  general  United  States 
population  have  estimated  that  the  number  of  individuals  with 
some  form  of  disability  is  quite  significant.  For  example,  the 
National  Institute  on  Disability  attd  Rehabilitation  Research 
(NIDRR)  reports  that  when  disability  is  categorized  as  a 
limitation  in  the  ability  to  perform  selected  physical  functions, 
more  than  20%  of  all  non-institutionalized  people  over  the  age 
of  15  have  a  disability  (1).  This  amounts  to  over  37  million 
individuals.  Additioiially,  the  Americans  with  Disabilities  Act 
of  1990  (ADA)  indicates  that  "some  43,000,000  Americans 
have  one  or  more  physical  or  mental  disabilities,  and  this 
number  is  increasing  as  the  population  as  a  whole  is  growing 
older"  (2). 

The  National  Science  Foundation  Task  Force  on  Persons  with 
Disabilities  (3)  reports  that  of  the  S  million  scientists  and 
engineers  in  the  U.S.,  at  least  2%  have  disabilities.  The  Task 
Force  also  reported  that  of  "experienced"  scientists  and 
engineers  (i.e.  individuals  who  reported  a  science  or 
engineering  profession  as  of  the  1980  census),  the  number  of 
individuals  with  disabilities  ranges  from  roughly  2%  to  16%. 
The  method  in  which  the  question  of  disability  is  addressed  and 
the  definition  of  disability  appears  to  affect  the  findings.  For 
example,  tlie  Task  Force  noted  that  the  lower  estimate  (2 
percent)  was  obtained  when  the  survey  participants  were  aslted 
if  they  had  a  physical  disability,  and  if  so,  to  identify  the  nature 
of  the  disability.  The  upper  estimate  was  obtained  when 
respondents  were  asked  to  indicate  the  degree  of  difficulty  they 
had  in  seeing,  hearing  and  walking  and  to  what  extent  those 
functional  limitations  impacted  their  education,  employment, 
and  career. 

A  major  issue  highlighted  by  the  Task  Force  is  the  need  for 
accurate  data  on  the  existence  of  disability.  The  following  is  an 
excerpt  from  the  Task  Force's  report: 


As  federal,  state,  and  local  government  agency 
officials  begin  enforcing  the  Americans  witli 
Disabilities  Act  (ADA),  it  will  become  all  too 
apparent  that  there  are  no  consistent  data  av^lable 
about  Americans  with  disabilities  and  no  accepted 
definition(s)  of  key  concepts,  including  that  of 
"disability."  Data  must  be  collected  about  persais 
with  disabilities'  participation  in  the  educational 
systems  (including  degrees  earned  data),  in 
employment,  and  in  a  wide  variety  of  similar  areas. 
Only  after  these  problems  have  been  addressed  will 
the  magnitude  ...  of  the  problems  that  led  to  the 
enactment  of  the  ADA  become  known  with  any 
precision,  (p.  A-1) 

The  importance  of  the  ADA 

On  August  26,  1990  the  ADA  was  signed  into  law.  This  act 
represents  the  most  far-reaching  civil  rights  legislation  since  the 
Civil  Rights  Act  of  1964.  In  essence  the  act  states  that 
organizations  may  not  discriminate  against  individuals  with 
disabilities.  Further  it  states  that  they  must  make  reasonable 
accommodation  for  individuals  with  disability. 

The  primary  relevance  of  the  ADA  to  professional  organizations 
such  as  ACM  is  in  the  area  of  disability  accommodation.  The 
■\DA  requires  service  organizations  to  not  discriminate  against 
individuals  with  disabilities  in  the  service  they  provide  and 
requires  that  "reasonable  accommodation"  be  made  to  provide 
comparable  services  to  these  individuals.  A  first  step  in 
servicing  this  population  is  understanding  the  numbers  and 
types  of  disability  represented  in  the  professional  membership. 

Defining  disability 

Traditionally,  attempts  to  estimate  the  prevalence  of  disability 
have  been  difficult.  One  reason  is  that  there  is  no  universally 
accepted  definition  of  disability.  Without  a  common 
understanding,  comparing  results  from  one  survey  to  another 
has  been  difficult.  The  National  Council  on  Disability,  in  its 
1988  report  entitled  On  the  Threshold  of  Independence,  states 
that  most  surveys  on  disability  have  focused  on  one  of  two 
approaches:  the  health  condition  approach  which  targets 
conditions  or  limitations  that  impair  normal  functioning  in  some 
way,  or  the  work  disability  approach  which  examines  conditions 
which  limit  or  prevent  a  person  from  working  (4). 

An  approach  used  in  a  survey  by  Louis  Harris  &  Associates  (5) 
added  a  third  criteria  to  these  two  definitions  of  disability.  This 
approach  was  based  on  whether  or  not  the  individuals 
considered  that  they  had  a  disability  or  whether  the  individuals 
believed  that  others  would  consider  them  to  have  a  disability. 
The  National  Council  on  Disability  proposed  that  the  approach 
used  in  the  Harris  survey  provides  a  conceptual  model  for 
developing  more  adequate  instruments  for  surveying  disability. 
This  model  (modifiwl  appropriately  to  apply  to  the  ACM 
population)  has  been  employed  in  this  smdy. 
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METHOD 

An  initial  test  survey  was  developed  and  mailed  to  ACM's 
Mountain  region  (n=400).  The  survey  and  procedures  were 
revised  based  upon  the  test  results  and  f  jrther  review  by  experts 
from  ACM,  the  National  Science  foundation,  the  National 
Council  on  Disability,  and  other  organizations.  Following 
completion  of  the  survey  instrument,  a  random  sample  from  the 
entire  U.S.  membership  was  selected.  A  total  of  7,977  surveys 
were  mailed  out  to  members  of  ACM  in  July  1991.  Surveys 
were  mailed  out  as  a  8  1/2"  X  14"  double-sided  survey  form. 
When  folded,  the  survey  formed  a  return  envelope  with  return 
address  and  return  postage  provided. 

RESULTS 

A  total  of  1,838  surveys  were  returned  between  August  and 
December  1991  for  an  overall  response  rate  of  23%.  In 
summary,  a  total  of  96  or  5.4%  (+/-  1%;  p<.05)  of  the 
respondents  self-identified  as  having  a  disability  (Hgure  1). 
Self-identification   of  disability    was   cross-validated  by 

Figure  1:  Individuals  with  a  Disability  in 
the  ACM  Membership 


04.6  % 


□  No  Disability 
■  Disability 


reviewing  r,sponscs  to  the  ability  related  questions  on  the 
survey.  Respondents  were  requested  to  provide  basic 
demographic  information  in  the  first  section  of  the  survey.  The 
next  section  addressed  basic  abilities  such  as  use  of  computers, 
verbal  and  written  commimication,  and  various  physical  tasks. 
This  section  was  followed  by  an  evaluation  of  workplace 
accommodations  and  identification  of  assistive  technology 
products  in  use.  Fuially,  respondents  indicated  what 
accommodations  would  be  useful  to  them  for  ACM  publications 
and  conferences.  An  overview  of  the  results  is  provided  in  the 
following  paragraphs.  Values  represent  valid  percentages  for 
all  retiunned  surveys.  The  demographic  data  represents  only  the 
subset  of  respondents  with  a  disability  (n=96).  The  sections  on 
workplace  accommodations,  assistive  technology  in  use,  and 
useful  accommodations  for  ACM  represent  the  entire  set  of 
survey  respondents  (n=  1,838). 

Demographic  summary 


Figure  3:  Age 
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Rgure  4:  Highest  Degree 


Figure  5:  Employment  Status 
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Demographic  data  were  requested  from  all  respondents  in  the 
first  part  of  the  survey.  The  results  depicted  in  Figures  2 
through  Figure  5  and  Table  1  represent  demographics  for  the 
subset  of  respondents  with  a  disability. 


Figure  2:  Gender 
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□  Male 
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Table  1:  Race/  Ethnicity  of  Population 


Race/  Ethnicity 

% 

Asian/ Pacific  Islander 

3.2 

White  Hispanic 

1.1 

Black  Hispanic 

0 

White 

94.6 

Black 

0 

Native  American/  Alaskan  Native 

0 

Other 

1.1 
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Ability  to  ptrform  basic  activities 

Respondents  were  asked  to  indicate  the  degree  of  difficulty  in 
accomplishing  a  variety  of  basic  activities,  with  an  emphasis  on 
computer-related  tasks.  Ratings  wete  based  on  a  Liken  type 
scale  with  value  labels  indicating  (be  degree  of  difficulty  the 
respondent  had  in  perfonning  each  activity  (see  Figure  6).  This 
infonnation  vras  used  to  cross-validate  the  prevalence  of 
disability  for  those  who  indicated  having  a  disability. 

Figure  6:  AbiUty  Ratiiig  Sc«k 
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Accommodations  in  the  workplace 

Respondents  were  asked  to  identify  the  facility  modifications/ 
acconunodations  available  at  their  office  or  school.  For  each 
item,  respondents  rated  whether,  in  their  own  opinion,  the 
accommodations  were  adequate  or  not  Additionally, 
respondents  had  the  option  to  indicate  if  the  accommodation 
was  unavailable  or  unknown.  Table  2  summarizes  the 
responses  to  this  section. 


Table  2:  Facility  Modificatioos/  Accommodations 


Accommodation 

%  A 

%I 

%U 

%7 

Building  Access 

77.3 

11.5 

7.2 

4.0 

Facility  Entry 

47.1 

30.0 

17.3 

5.6 

Bathroom  Adaptation 

63.7 

18.8 

12.7 

4.8 

Braille  Signs 

43.6 

11.5 

27.5 

17.4 

Elevators 

69.2 

8.5 

8.7 

4.4 

Public  TDD 

7.8 

7.7 

33.3 

51.2 

A  =  Adequate  I  =  Inadequate 
U  =  Unavailable    7  =  Unknown 


Assistive  devices  in  use  at  work  or  school 


Accommodations  useful  for  literature  and  conferences 

All  respondents  were  asked  to  indicate  what  accommodations 
would  be  useful  to  them  for  ACM  litenuure/  correspondence 
and  conferences/  meetings.  Please  note  that  all  respondents 
were  asked  this  question,  not  just  those  indicating  a  disability. 
Table  4  provides  the  results. 


Table  4:  Accommodations  Useful  to  ACM  Members 


Useful  for  ACM  literature/  corrt^poadeace 

% 

Braille  copy 

1.5 

Audiotapes 

7.1 

Electronic  media 

27.0 

Othw 

2.3 

Useful  at  ACM  conferences  and  meetincs 

% 

Facility  access 

4.1 

Bathroom  adaptation 

2.7 

Subtitled  closed  capUon  TV 

3.4 

Sign  language  inteipieter 

1.5 

Telecommunication  Device  for  the  Deaf 

1.2 

Other 

1.6 

SUMMARY 

The  results  of  this  survey  provide  further  insight  into  the  role 
that  individuals  with  dis^ilities  play  in  the  scientific  and 
engii>eering  communities.  Additionally,  this  report  provides 
some  insight  into  the  types  of  acconunodations  available  in  the 
workplace  and  the  perceived  adequacy  of  those 
accommodations.  Computer  technology  offers  exciting 
potential  for  aiding  individuals  with  disabilities  and  narrowing 
the  gap  between  inability  and  independence.  Computing 
professionals  can  play  an  important  role  in  the  development  of 
high  technology  solutions  to  enable  individuals  with  disabilities 
to  reach  their  highest  level  of  personal  independence  and 
professional  accomplishment 

ACKNOWLEDGMErir.  a 

Funding  for  reseaix:h  was  provided  by  the  Association  for 
Computing  Machinery  Special  Interest  C3roup  Discretionary 
Fund  and  the  National  Science  Foundation  (Grant  it  CDA 
9902117). 


Respondents  were  asked  to  identify  what  assistive  technology 
devices  are  in  use  at  their  office  or  school  and  whether  the 
device  was  individually  owned  or  employer  provided.  Table  3 
provides  a  summary  of  the  responses  to  this  question. 


Tabic  3:  Assistive  Technology  Devices  in  Use 


Assistive  Device 

%  E 

%I 

%N 

%7 

WheefchairV  mobility 

5.7 

32.1 

33.1 

28.9 

Telephone  adaptations 

14.4 

4.0 

31.6 

49.9 

Adapted  keyboard 

8.6 

2.3 

43.1 

45.9 

Voice  input  technology 

4.9 

1.5 

50.1 

43.4 

Synthesized  speech 

7.3 

2.4 

48.0 

42,3 

Text  scanners 

7.9 

1.7 

44.5 

45.9 

Other 

E  =  Employer  provided    I  =  Individually  owned 


N  =  None  available       ?  =  Unknown 
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PUBLIC  SPENDING  ON  ASSISTIVE  DEVICES  IN  DIFFERENT  COUNTRIES 

GunnarFageiberg 
INROADS,  London,  Onlario 


ABSTRACT 

The  paper  relates  data  on  the  public  spending  on  assistive 
technology  in  different  countries.  A  comparison  is  made 
between  Ontario  and  Sweden. 


BACKGROUND 

A  few  aUempLs  have  been  made  to  compile  information  on 
service  delivery  systems  for  assistive  devices  from  different 
countries  and  regions  of  the  world  (1 ,2).  Financial 
information  has  sometimes  been  included  in  the  data 
presented.  However,  comparisons  are  difficult  to  make 
because  terminology,  definitions,  environment,  culture, 
political  systems  and  socio-economic  factors  vary 
significantly  between  the  entities  studied. 

At  recent  workshops  organised  by  United  Nations  Economic 
and  Social  Council,  Economic  Commission  for  Europe 
(UN-ECE),  information  on  service  delivery  programs  was 
presented  by  representatives  from  different  countries. 

OBJECTIVE 

Many  countries  in  the  industrialised  world  have  established 
public  funding  programs  for  assistive  technology.  In  some 
counli  ies,  public  funding  accounts  for  almost  100%  of  the 
total  spending  on  assistive  devices.  In  others,  other  sources, 
such  as  private  insurance,  consumers  own  purchases  and 
charity  organisations,  cover  a  substantial  portion.  Public 
funding  is  frequently  provided  from  several  sources  on 
national,  regional  (provincial)  and  mnnicipal  levels. 

Given  these  differences,  the  information  reported  at  the  UN- 
ECE  workshops  of  spending,  public  and  other,  on  assistive 
technology  can  give  a  rough  indication  of  the  size  of  the 
market  and  the  level  of  use  of  assistive  devices  in 
rehabilitation  of  persons  with  disabilities  in  different 
countries. 

METHOD  AND  RESULTS 

For  this  compilation,  the  data  presented  at  the  two 
workshops  ananged  by  UN-ECE,  complemented  with  some 
data  from  other  sources,  were  used.  The  total  spending 
figures  reported  were  divided  by  the  population  of  the 
respective  countries.  Thus,  the  resulting  number  indicates 
the  amount  per  inhabiuint  spent  on  assistive  technology. 


Year 

Country 

Population 

Annual 

Spending/ 

(millions) 

spending 

inhab. 

(millUSS)  (USS) 

1990 

Denmark 

8.4 

302 

60 

1988 

"inland 

5.0 

61 

12 

1991 

Hungary 

10 

51 

5 

1989 

Japan 

122 

74 

0.6 

1988 

Norway 

4.2 

218 

52 

1990 

Ontario 

9 

72 

8 

1990 

Slovenia 

2 

10 

5 

1989 

Sweden 

8.4 

591 

70 

It  is  obvious  that  a  straight  comparison  can  not  be  made 
based  on  these  figures.  The  following  comments  will 
illustrate  why. 


Denmark:  "There  is  no  statistical  material  of  the  total  use 
of  technical  aids,  but  this  figure  is  the  closest  guess  we  can 
come  up  with."  (3) 

Finland:  Schools  and  insurance  companies  are  not  included. 
(4) 

Hungary:  On  average,  90%  of  the  cost  is  covered  by  the 
government.  (5) 

Japan:  Figures  from  two  out  of  ten  different  program.^. 
Japan  reports  that  persons  with  disabilities  make  up  2%  of 
the  population,  significantly  lower  than  other  industrialized 
countries.  (6) 

Norway:  Includes  "cars  &  special  appliances"  and 
"appliances  for  special  care".  (7) 

Ontario:  The  program  covers  75%  of  the  cost  of  the  device. 
Some  device  categories  are  funded  only  for  persons  under  27 
years  of  age.  (8) 

Slovenia:  1  %  of  total  health  spending  is  estimated  to  go 
towards  assistive  devices.  (9) 

Sweden:  Includes  home  adaptations,  ear  subsidies,  "cosi-frcc 
supplies",  worksite  adaptations  and  TDD's.  ( 10) 

In  order  to  make  any  comparison  between  countries,  it  is 
necessary  to  study  much  more  in  depth  what  is  included  in 
the  reported  figures  and  limit  the  comparison  to  those 
categories  of  devices  that  are  compatible  statistically. 

Such  data  are  available  for  Sweden  and  the  province  of 
Ontario,  Canada  (8,10).  The  two  are  also  similar  in  many 
respects  such  as  population  (8-9  million),  climate,  lifestyle, 
health  factors  and  national  health  insurance. 

In  Sweden,  a  system  of  touil  coverage  of  costs  for  assistive 
deviceswas  introduced  in  1968.  The  devices  are  provided 
through  the  health  system  and  are  paid  for  by  the  county 
councils,  who  in  turn  receive  about  50%  coverage  from  the 
national  government. 
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In  Ontario,  the  Assistive  Devices  Program  was  established 
in  1982,  originally  to  provide  assistive  devices  for  children 
(up  to  19  years  of  age).  Since  then,  the  program  has 
expanded  to  cover  many  categories  of  devices  for  all  age 
groups.  The  program  pays  for  75%  of  the  cost  of  prescribed 
equipment,  while  the  client  pays  25%.  Sometimes,  the 
client  portion  can  be  covered  by  insurance  or  voluntary 
organizations. 

The  two  programs  have  similarities  and  differences.  Both 
arc  based  on  a  system  of  authorized  prescribers  and  lists  of 
approved  equipment.  Some  device  categories  are  more 
strictly  regulated  than  others. 

Why  is  it  then,  that  the  Swedish  program  cost  the  equivalent 
of  CANS  440  million  (not  including  home  and  worksite 
adaptations  or  car  subsidies)  and  the  Ontario  program  only 
Cans  84  million  (same  exclusions),  even  if  the  lallcr  only 
covered  75%  of  the  total  cost?  What  did  persons  with 
disabilities  in  Sweden  receive  that  Ontarians  did  not? 

First,  let's  look  at  some  of  the  more  glaring  differences.  In 
Sweden,  no  less  than  $159  million  covered  so  called  "cosl- 
frce  supplies"  which  is  supplies  for  incontinence,  ostomy 
and  diabetes.  The  total  for  incontinence  and  ostomy  in 
Ontario  (diabetes  supplies  arc  not  covered)  is  only  59 
million.  The  main  reason  for  this  discrepancy  is  that  in 
Ontario,  incontinence  supplies  arc  only  covered  for  persons 
bom  1963  and  later,  while  the  vast  majority  of  Swcdisii 
clients  in  this  category  arc  elderly. 

Another  area  of  difference  is  orthotics,  where  Ontario  reports 
a  cost  of  S3. 5  million  and  Sweden  S54  million.  However, 
about  half  of  the  Swedish  figure  represents  orthopedic 
footwear  and  the  other  half  includes  orthoses  for  athletic 
injuries,  prophylactic  purposes  and  fracture  treatment.  More 
difficult  to  explain  is  the  gap  in  spending  on  prosthetics 
(Sweden  $29  million,  Ontario  S  9  million),  visual  aids 
(Sweden  $12  million,  Ontario  0.6)  and  mobility/seaLng 
(Sweden  $27  million,  Ontario  $3.6  million).  The  Swedish 
program  also  covers  some  categories  that  the  Ontario 
program  does  not:  ADL  devices,  environmental  controls, 
signalling  and  listening  devices  and  some  devices  for  therapy 
and  training.  By  tradition,  the  Swedish  program  also 
includes  pacemakers  and  sign  language  interpreters. 

On  the  other  hand,  the  Ontario  program  covers  respiratory 
equipment  and  supplies  to  a  much  larger  extent  than  does  the 
Swedish  program. 

Finally,  there  arc  two  categories  where  the  reported  spending 
is  very  similsy.  For  hearing  aids,  Sweden  spends  $30 
million  and  Ontario  $21  million.  Considering  that  Ontario 
covers  75%,  the  total  amount  spent  is  almost  identical.  The 
same  is  nearly  true  for  wheelchairs,  where  the  Swedish 
figure  is  $44  million  and  the  Ontario  program  spends  $28 
million. 


It  is  also  interesting  to  note  that  the  growth  of  the  Ontario 
ADP  program  has  been  very  rapid  between  its  Stan  in  1982 
and  1990  (an  annual  increase  by  70%),  very  similar  to  the 
development  of  the  Swedish  program  over  its  first  ten  years. 
After  that  period,  the  growth  rate  in  Sweden  has  decreased, 
but  is  still  higher  than  the  inflation.  From  1982  to  1 1988, 
the  Swedish  costs  increased  on  average  13%  per  year  (11). 
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Training  Experiences  for  Rehabilitation  Enqmeerinq  Students 


Thomas  L.  Grey 
Assistive  Device  Center,  CSU  Sacramento 


Abstract 

This  paper  describes  the  design  and 
implementation  of  formal  training 
experiences  for  rehabilitation  engineering 
students  in  assistive  technology  service 
delivery.  The  design,  structure  and 
effectiveness  of  the  experiences  to  date  are 
discussed.  Implications  for  service 
delivery  organizations  that  are  considering 
the  provision  of  similar  experiences  for 
rehabilitation  engineering  students  are 
Presented.  These  activities  may  also  help 
to  more  clearly  define  the  role  of  an 
engineer  In  assistive  technolpgy  service 
delivery. 

Background 

A  formal  training  program  for  rehabilitation 
engineers  is  now  in  its  second  year  of 
development  and  implementation.  Students 
participate  in  formal  coursework  leading  to 
a  Master's  degree  In  Biomedical 
Engineering  with  a  certificate  in 
Rehabilitation  Engineering.  This 
coursework  is  supplemented  with  additional 
experiences  -  students  spend  about  10-15 
hours  per  week  on  these  -  in  the  areas  of 
rehabilitation  research  {two  semesters), 
assistive  technology  service  delivery  (two 
semesters),  and  formal  internship  (under 
an  engineer's  supervision)  with  a  company 
or  organization  involved  with  assistive  or 
rehabilitation  technology  (summer  or  winter 
intersession).  This  paper  Is  discusses 
training  experiences  that  the  students 
receive  in  assistive  technology  service 
delivery  at  a  service  delivery  center 
affiliated  with  the  training  program. 

Design  and  Structure 

The  goal  of  the  training  activities  at  the 
service  center  was  to  provide  each  student 
with  the  experience  necessary  to  become  an 
effective  member  of  an  assistive  technology 
service  delivery  team  after  graduation. 
The  program  faculty  and  service  center 
staff  determined  that  this  experience 
should  Include  training  and  practice  In  the 
areas  of  assistive  technology  (working 
knowledge  of  devices),  assessment,  report 
writing,  funding,  implementation  (ordering, 


setup,  delivery),  training  and  follow-up. 
This  would  be  accomplished  during  two 
rotations  through  the  service  center 
during  different  semesters  In  order  to 
accommodate  the  variety  of  training  and 
practice  activities  and  the  limited  amount 
of  time  the  students  are  scheduled  to 
participate  (10-15  hours/week).  All 
activities  are  carried  out  under  the 
supervision  of  one  of  the  service  center's 
two  engineers. 

During  the  first  rotation,  the  students 
learn  about  the  assessment  process  by 
reading  specific  literature,  observing  client 
assessments,  and  participating  in  team 
meetings.  The  students  Interview  each 
member  of  the  service  center  staff  (Speech 
Pathologists,  Occupational  Therapists. 
Engineers,  Funding  Specialist,  Clerical 
Support)  to  understand  that  person's 
perspective  and  role  regarding  the  service 
delivery  process.  Formal  training  modules 
on  seating  and  mobility,  augmentative  and 
alternative  communication,  and  system 
mounting  are  completed  to  provide  a 
working  knowledge  of  devices.  Students 
participate  in  the  ordering  and  setup 
process  for  funded  client  systems.  Direct 
client  interaction  is  introduced  by  having 
students  assist  the  team  during  deliveries 
and  training.  Beginning  this  spring,  first 
rotation  students  will  also  engage  In  more 
formal  follow-up  activities  (phone 
Interviews  with  clients,  formal  presentation 
of  information/recommendations  to  the 
client's  team)  and  will  complete  a  small 
technical  project  for  the  service  center's 
internal  use.  These  activities  are  intended 
to  provide  the  students  with  enough 
background  to  take  full  advantage  of  a 
formal  internship  at  a  different  site. 

The  second  rotation  students  take 
increasing  responsibilities  for  clients. 
They  begin  by  reviewing  the  assessment 
process,  sitting  in  during  client 
assessments,  participating  in  report 
research  and  writing,  and  assisting  with 
equipment  deliveries  and  training.  The 
students  gradually  assume  graater 
responsibilities  from  the  team  engineer  for 
assessments  and  deliveries.  Toward  the 
end  of  the  rotation,  the  students  assume 
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full  responsibility  for  a  full  client 
assessment  (and  delivery  if  possible)  with 
the  service  center  team  engineer  providing 
a  supportive  role.  This  process  is 
intended  to  provide  second  rotation 
students  with  experiences  and 
responsibilities  that  will  increase  their 
competence  and  confidence. 

Conclusions 

It  is  not  yet  possible  to  fully  measure  the 
effectiveness  of  this  approach  to  training 
experiences  for  rehabilitation  engineering 
students.  This  is  because  the  first 
students  to  enter  the  program  have  yet  to 
graduate,  let  alone  obtain  a  position  as  a 
rehabilitation  engineer.  The  "real  world" 
usefulness  of  this  training  is  the  best 
measure  of  Its  effectiveness.  The 
subjective  opinion  of  the  author  is  that  the 
students  could  benefit  from  more  direct 
supervision  than  has  been  possible  to 
date.  Also,  direct  client  interaction  has 
been  sporadic  due  in  part  to  the  service 
center's  service  delivery  structure  and  in 
part  to  decreased  funding  levels.  Student 
evaluations  have  identified  better  planning 
for  student  experiences  and  increased 
contact  with  an  engineer  as  areas  of 
concern,  but  have  otherwise  rated  the 
experience  as  useful  and  enlightening. 

The  provision  of  training  experiences  to 
rehabilitation  engineering  students  has 
proven  to  be  quite  challenging.  Experience 
IS  indicating  that  supervision  of  a  single 
student  in  the  first  rotation  working  10 
hours  requires  at  least  2  hours  per  week. 
A  second  rotation  student  working  10 
hours  per  week  also  requires  at  least  1 
hour  of  direct  supervision  with  1-3 
additional  hours  for  support  (e.g., 
providing  direction,  discussion  of  ideas, 
etc).  An  attempt  has  been  made  to  spread 
this  supervision  among  team  members,  but 
student  feedback  indicates  that  the 
students  find  direct  interaction  with 
another  engineer  most  helpful  because 
other  team  members  typically  cannot 
provide  enough  technical  assistance  and 
1  nput. 

Organizations  interested  in  providing 
students  with  similar  experiences  must  be 
willing  to  let  their  staff  enqineer(s)  have 
the  time  needed  to  effectively  supervise 
the  student  and  act  as  mentor,  perhaps  at 


the  expense  of  other  activities.  Advanced 
planning  is  needed  in  order  to  seamlessly 
integrate  the  student  into  the  organization 
and  out  of  the  organization  when  the 
training  experience  has  ended  (e.g., 
completing  a  project  before  leaving  is  very 
important).  In  order  to  be  effective,  the 
anticipated  training  experiences  must  be 
able  to  provide  problem  identification, 
analysis  and  solution  design  as  well  as 
writing  experiences  and  opportunities  to 
directly  interact  with  clients/customers. 
These  latter  experiences  help  develop  the 
engineering  student's  communication  skills 
-  something  that  engineers  are  notoriously 
noted  for  not  having. 

The  benefits  can  be  great.  The  planning 
needed  to  work  with  a  student  often  leads 
to  introspection  within  the  organization, 
which  may  identify  areas  that  can  be 
improved  (perhaps  by  having  the  student 
accomplish  certain  improvement  tasks). 
The  organization  can  benefit  from  having 
additional  engineering  expertise  to  assist 
in  client  system  design  and  delivery  (not 
to  mention  someone  who  may  be  able  to 
tackle  some  of  those  back-burner 
projects!).  Moreover,  the  participating 
engineer  can  benefit  significantly  from 
students'  questions,  which  often  challenge 
the  way  that  the  engineer  approaches 
problems  and  designs  solutions.  This  can 
provide  fresh  insight  and  better,  more 
cost-effective  solutions.  In  the  long  run  - 
and  most  of  all  -  these  experiences  can 
improve  the  provision  and  outcome  of 
services  by  making  the  practicing  engineer 
better  at  her/his  craft  and  the  entry-level 
engineer  more  competent  in  her/his  first 
position. 


Thomas  L.  Grey,  M.S. 

Assistive  Device  Center 

Rehab.  Engineering  Training  Program 

School     of     Engineering     and  Computer 

Science 

California  State  University,  Sacramento 
6000  J  Street 
Sacramento,  CA  95819 
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Educating  the  Case  Manager:     An  Essential  Coroponcnt  to  Rehab. 
Technology  Service  Delivery 


C.  Sargent,  R.E.;  E.  Cherwak,  P.T.;  J.  Piriano,  P.T.;  R.  Brooks* 
A.R.T.  Program,  Marianjoy  Rehabilitation  Hospital  &  Clinics 
The  Durable  Equipment  Shoppe,  Naperville* 


Abstract: 

The  Applied  Rehab.  Technology 
(A.R.T.)  program  and  a  local  rehab, 
technology  supplier  (RTS)  provided  a 
half  day  workshop  to  a  professional 
organization  of  case  managers.  The 
purpose  was  to  increase  the 
understanding  of  rehab,  technology 
equipment,  e.g.   its  applications, 
and  its  relevance  to  the  rehab, 
process.     The  goal  was  to  educate 
case  management  representatives  of 
rehab,  technology's  value  to  their 
client  and  cost  containment  efforts. 

Background : 

In  the  ongoing  effort  to  contain  the 
costs  of  medical  care,  many 
commercial  insurers  have  begun  to 
utilize  case  managers  to  allocate 
resources  for  the  costs  incurred  by 
their  clients.     In  the  case  of 
rehabilitative  health  care,  costs 
for  rehabilitation  technology 
equipment  must  be  considered  as 
well,  often  during  the  inpatient 
phase  of  treatment. 

The  procedure  of  the  A.R.T.  program 
is  to  evaluate  a  patient  (client) 
for  his/her  equipment  needs  and 
whenever  feasible,  to  fit  him/her 
with  the  type  of  equipment  which  is 
recommended  for  trial  use,  training 
and  assessment.  Following 
establishment  of  the  definitive 
equipment  needs,  contact  is  made 
with  the  case  manager  to  communicate 
the  client's  individual  equipment 
needs,   identify  the  client's 
coverage  and  determine  if  preferred 
providers  are  to  be  used.  The 
primary  rehab,  technology  specialist 
from  the  A.R.T.  program  prepares  a 
comprehensive  letter  of  medical 
necessity  justifying  the  recommended 
equipment,  and  obtains  the  primary 
physician's  signature.     A  copy  of 
this  letter  is  often  mailed  or  faxed 
to  the  case  manager  for  review.  In 
some  instances  the  case  manager  will 
pursue  price  quotes  prior  to 
identification  of  an  RTS,  and 
authorization  of  the  equipment 
order. 


A  common  occurrence  in  the  process 
of  obtaining  a  patient's  equipment 
has  been  the  need  to  verbally 
explain  the  recommended  equipment 
item  by  item,  despite  the  lengthy 
written  justifications  (and 
occasionally  photos)  which  are 
incorporated  into  the  letter  of 
medical  necessity.  Additionally, 
the  costs  of  the  more  complex 
systems  and  the  potential  for 
substitution  are  questioned,  and 
occasionally  are  denied  in  the  first 
round.     A.R.T.  program  staff,  and 
the  RTS's  with  whom  they  work  have 
had  such  interactions  with  case 
managers  repeatedly.     As  appropriate 
equipment  can  be  integral  to 
successful    rehabilitation,  and  be 
beneficial  to  overall  cost 
containment,   it  is  essential  to 
educate  the  case  manager. 

Method: 

The  sales  manager  of  a  local  RTS 
initiated  plans  for  education  and 
training  of  case  managers  in  the 
Illinois  Case  Management  Network, 
following  identification  and 
discussion  of  the  need  by  all 
parties. 

The  educational  workshop  was 
scheduled  for  a  half  day  to  include 
three  sessions.     One  session 
addressed  seating  and  positioning 
techniques,  and  the  types  of 
intervention  (or  maintenance) 
strategies  which  could  be  utilized. 
A  second  session  focused  on  power 
mobility  devices,  including 
scooters,  and  considerations  for 
selection.     The  third  session 
provided  an  overview  on  home  access 
options.     Slides  were  used  to 
present  three  actual  case  studies  of 
seating  system  interventions  used 
to:  prevent,  correct  and  accommodate 
physical  deformity.  Approximately 
2  5  case  managers  attended. 
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The  presentations  were  made  by  teams 
composed  of  members  of  the  A.R.T. 
program  and  RTS  staff  and  included 
functional,  clinical  and  product- 
specific  information.  All 
presenters  communicated  a  common 
objective:     clarification  of 
rehabilitation  technology 
applications.     Emphasis  was  placed 
on  the  potential  for  properly  fitted 
equipment  to  facilitate  independence 
and  enhance  health  maintenance.  For 
example,  specific  products  with 
pressure-relieving  properties  were 
reviewed . 

The  workshop  was  held  at  the  RTS 
site,  a  facility  with  significant 
product  and  parts  inventory  and 
maintenance  support  staff.  The 
significance  of  this  environment  was 
perhaps  its  parallel  to  the  auto 
garage,  a  facility  familiar  to  most 
as  essential  to  the  reliability  and 
longevity  of  vehicles.  This 
environment  challenged  the  myth  that 
a  "wheelchair  is  a  wheelchair,  isn't 
it?".  It  also  presented  the 
opportunity  for  the  case  managers  to 
try  different  devices  and  ask 
specific  questions  related  to 
product  features,  maintenance  and 
cost. 


by  clinician  and  consumer.  Video 
taped  demonstrations  are  under 
consideration  as  a  means  to  reach 
case  managers  outside  the  local 
region. 

Acknowledgements : 

Marianjoy  Rehabilitation  Hospital 
and  Clinics(MRHC)   in  Wheaton  IL, 
provide  a  variety  of  levels  of 
rehabilitation  to  inpatient  and 
outpatient  consumers  of  all  ages  and 
disabilities.      The  Applied  Rehab. 
Technology  program  at  MRHC  is  an 
interdisciplinary  team  which 
provides  evaluation,  training  and 
equipment  procurement  advocacy  for 
rehab,  technologies. 

The  DME  Shoppe,  Naperville,   IL  is  a 
full  service  rehabilitation 
technology  supplier. 


Conclusions : 

Case  managers  in  attendance 
indicated  that  the  workshop  provided 
information  applicable  to  their  task 
of  allocating  resources,  and  for 
supporting  their  approval  decisions 
to  the  insurance  companies  they 
represent.     Increased  understanding 
of  the  roles  of  clinical  rehab, 
technology  specialists  and  RTS's  was 
expressed. 


Future  Plans: 

Education  of  case  manac;jment 
representatives  is  vital  to 
developing  an  understanding  of 
rehab,  technology  equipment,  its 
applications  and  its  successful 
acquisition  for  the  consumer.  The 
A.R.T.  program  staff  plans  to  pursue 
opportunities  for  joint  workshops. 
Case  managers  will  also  be  invited 
to  visit  inpatients  so  that 
recommended  equipment  can  be 
demonstrated,  and  features  described 


Carol  A.  Sargent, R. E. ,OTR 
Director,  Applied  Rehab.  Technology 
Marianjoy  Rehabilitation  H  &  C 
Box  795,  Roosevelt  Road 
IJheaton,   IL  60189 
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Computers  in  the  Management  of  Assistive  Technology  Service  Delivery 
A  Call  for  Standardization  of  Data  Presentation  from  Assistive  Technology 
Manufacturers  and  Providers. 

Nigel  Sliapcott,  James  A.  Lenl<er  &  Margaret  Strasslieinn 
Center  for  Tlierapeutic  Applications  of  Technology 
University  at  Buffalo,  Buffalo,  NY 


ABSTRACT 

An  argument  is  presented  for  tlie 
development  of  defined  processes, 
terminology  and  definitions  in  tlie  delivery 
of  Assistive  Teclinology,  along  witli 
standardized  display,  or  standardized 
ASCII  availability  of  catalogue  data  in 
order  to  automate  data  collection  of 
devices. 

BACKGROUND 

Modern  businesses  in  Europe,  North 
America  and  many  other  countries,  rely  on 
computers  to  expedite  marl<eting/sales, 
purchasing,  accounting,  and  inventory 
functions.  Computers  are  ideal  for 
repetitive,  predictable  tasks  and  enable 
huge  amounts  of  information  to  be 
efficiently  managed. 

The  primary  goal  of  an  effeaive  automated 
system  is  its  built-in  capacity  to  adapt 
universal  business  functions  to  specific 
products  and  services.  Analytical 
processes  that  can  identify  and  streamline 
service  delivery  will  impact  cost 
containment,  personnel,  and  squipment 
performance. 

OBJECTIVE 

Assistive  Tedhnology  intervention  is  often 
assumed  to  involve  "unique  solutions". 
Providing  "unique  solutions"  to  "unique 
problems"  is  often  assumed  to  preclude 
the  use  of  a  computer  designed  for 
repetitive,  predictable  tasks.  Our  objective 
has  been  to  systematically  analyze  the 
components  involved  in  Assistive 
Technology  service  delivery  and 
computerize  this  process  to  assist  in  the 
delivery  of  these  services?  In  doing  so  we 
have  identified  ares  of  policy  (information 
presentation)  which  need  to  be  improved. 

METHOD 

As  providers  of  Assistive  Technology  ir> 
Seating,  Positioning,  and  Mobility  we 


initially  examined  the  process  generated 
by  a  client  upon  entering  a  service  delivery 
system  prior  to  being  presented  with  their 
intervention.  The  components  of  the 
process  followed  a  logical  sequence, 
providing  a  foundation  toward  developing 
a  comprehensive  relational  data  base. 
With  definition  of  the  process  comes 
consistency  and  with  consistency  comes 
the  ability  to: 

-streamline  client  intake  procedures 
and  provide  a  uniform  basis  for  equipment 
and  service  determinations. 

-accurately  predict  the  equipment, 
labor,  administrative  &  assessm'ent  costs. 

-enable  timely  and  concise 
communication  with  third  party  payors  and 
governmental/  community  funding  sources 

-increase  productivity  by  decreasing 
client  processing  time 

-quantify  operational  and  fiscal 
reporting 

-examine  and  improve  services  and 
procedures 

-effective  data  collection  for  program 
review  and  research  purposes 

Our  system  utilizes  a  computerized 
relational  data  base  to  integrate  client 
service  from  inception  to  delivery.  A  format 
of  data  collection  was  identified  following 
standard  procedures  that  is  reflected  on 
the  data  base. 

Demographics-General  information  such 
as;  name,  address,  date  of  birth,  age,  sex, 
diagnosis,  and  service  requested. 

Evaluation-Determination  of  appropriate 
form  of  service  delivery. 

Schedullng-Date,  time,  and  personnel 
initiating  service. 

Reports-Individual  or  team  approach  to 
problem  solving. 

Prescription-Intervention  and  cost 
required  to  address  client's  needs. 
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Funding-Prior  approval  requests  in 
specified  funding  source  formats. 

Purchasing-Manufacturer,  cost,  size,  and 
amounts. 

Service  Dellvery-Client/staff 
coordination,  fitting  time,  client 
confirmation,  and  ongoing  maintenance. 

Involclng-Cost  summary  and  accounts 
payable/receivable. 

Case  Management-Provides  detailed 
report  to  reflect  service-to-date. 

Fitting  tlme^cost-  manufacturer  etc. 
approximately  2500  records. 

Organization  of  data 

Seating  support  surfaces  and  components 
are  grouped  by  their  function  and  indexed 
by  description,  the  simplistic  group  codes 
used,  follow: 


A 

Armrest  and  tray 

B 

Back,  lateral  and  thoracic  supports 

C 

Control,  switches,  joysticks 

E 

Evaluation  procedures 

F 

Foot,  lower  leg  supports 

H 

Head  supports 

1 

Interfaces 

M 

Total  contact  supports,  eg  Matrix 

0 

Other  systems 

R 

Seat  belts,  straps,  "Restraints" 

8 

Seats,  cushions 

W 

Wheeled  base 

Once  a  component  of  the  system  to  be 
prescribed  has  been  identified,  a  local  #  is  all 
that  is  required  to  list  that  item  with  as  much 
information  as  is  required  for  the  Prescription  or 
ordering  information.  See  Figures  1.  2  &3.  This 
enables  completely  consistent  data  handling 
with  no  fudging. 

RESULTS 

This  system  automates  time  consuming  aspects 
of  the  prescription  process  and  encourages 
accurate  recording  mechanisms  (which  is  vitally 


important  to  identify  causal  variables  effecting 
service  delivery  that  may  be  attributed  to  one  or 
all  of  the  following  factors;  equipment  delivery, 
prior  approvals,  or  personnel  availability). 

Because  third  party  payers  are  not  familiar  with 
the  wide  range  of  equipment  prescribed,  we 
are  contemplating  including  a  descriptive 
narrative  of  the  item  with  the  additional  option  of 
a  line  drawing.  This  would  enable  a  description 
sheet  to  be  automatically  generated. 

DISCUSSION 

This  system  depends  upon  a  current  and 
accurate  data  base  of  information  for 
equipment.  Presently  this  information  has  to  be 
entered  by  keylxjard,  which  is  time  consuming, 
costly  and  often  inaccurate.  Information 
provided  by  manufacturers  is  tantalizingly  close 
to  some  form  of  automated  entry,  either  by 
optical  scanning  or  by  direct  input  of  ASCII  files. 
Automation  of  this  process  would  ensure 
accuracy  and  further  enhance  the  system. 

With  the  evolution  of  computer  systems  to 
expedite  Assistive  Technology  service  delivery, 
the  lack  of  terminology,  definitions,  illustrations, 
and  equipment  standardization  becomes 
increasingly  apparent.  The  impact  created  by 
this  void  deters  product  comparison  and 
challenges  researchers  attempting  to  develop 
or  improve  equipment.  The  term  "reinventing 
the  wheel"  finds  definition  in  clinics  throughout 
our  country. 

The  increase  in  clients  being  serviced  with 
technological  advances  has  produced  a  need 
for  a  new  "model"  upon  which  to  pattern  our 
clinics.  The  blending  of  professions  and 
disciplines  necessitates  new  standards  of 
research,  education,  service,  equipment,  and 
review.  We  draw  on  the  knowledge,  skills,  and 
abilities  of  medicine,  engineering,  and 
business;  in  each  of  these  disciplines  standards 
and  practices  have  long  been  established. 

CONCLUSIONS 

1 .  There  is  a  need  to  broaden  the  ongoing  work 
on  terminology,  to  include  clear  definitions  and 
pictorial  information,  where  appropriate.  This 
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should  not  be  used  to  limit  the  development  of 
equipment  or  the  improvement  of  techniques. 

2.  The  ability  to  compare  information  roadily  is 
of  vital  importance  in  the  prescription  process. 
There  is  a  need  to  establish  standards  for  listing 
of  information  in  catalogues  in  order  that 
information  manufacturers  information  can  be 
entered  automatically. 

3.  It  is  possible  to  develop  a  relational  database 
that  effectively  defines  the  service  delivery 
process. 


needs  of  both  client  and  provider,  and  must,  by 
design,  not  be  limitf/d  by  standardization.  The 
"unique  solutions"  to  "unique  problems"  can 
only  benefit  and  grow  with  established 
guidelines. 
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The  practical  adoption  and  application  of  these 
steps  toward  standardization  will  serve  the 

Fig.  1  Prescription  and  Cot.:  Itemization 


Nigel  Shapcott,  CTAT,  University  at  Buffalo, 
515  Kimball  Tower,  Buffalo,  NY  14214 


Code  Item  Description 

187  Memphis  Back  kit 

1167  Thoracic  bracket 

317  Thoracic  pad 

437  Bead  In  Box  Seal 
1425  Black  Vinyl 

233  Seatbeit 

438  Floho  Insert 

1950  Head/Neck  Support  Fixure 

359  Headrest 


Size 

adult 
la.ge  ii" 
large 
20WX19L 
30-X36" 

1-1/2"  wide,  push  button  release 
6x10 

single  axis  oltset 
3 


Cost/each 

S793  00 
$9.80 
$67  10 
$1176.25 
$16  80 
$45  50 
$401  00 
$59  65 
$126  25 


Cost 

$793.00 
$19.60 

$134  20 
$1176.25 
$16  80 
$45.50 

$401  00 
$59  65 

$126  25 


F'g-  2  MedlCfild  Prescription  ?nd  Cost  lti»mi7;afion 

Code  Item  Description  — 

187  Meriphis  Back  kit 

1167  Thoraac  bracket 

317  Thorecicpad 

437  Bead  In  Box  Seal 
1425  Black  Vinyl 

233  Seatbeit 

438  Roho  Insert 
1950  HoadMeck  Support  Fixure 

359  Headrisi 

Fig.  3  Pur  ,hase  Order  form  tor  RTS  client  with  prior  approval 


Price 

Labor 

Time 

# 

308  00 

485  00 

12  25 

9  80 

000 

000 

2 

1960 

4750 

1  00 

2 

490  00 

686  25 

1800 

16  80 

0  00 

000 

28  00 

1750 

0  50 

266  00 

135  00 

350 

59  65 

000 

000 

70  00 

56  25 

1  25 

Cost/each 

$793  00 
$9.80 
$67  10 
$1176.25 
$16  80 
$45  50 
$401  00 
$59  65 
$126  25 


Cost 

$793  00 
$19.60 

$'134  20 
$1176.25 
$16  80 
$45  50 

$401  00 
$59  65 

$126  25 


UBcode# 

Description  ot  Item 

Size 

Quantity 

Price/each  Man  code* 

Manufacturer 

187 

Memph's  Back  kit 

adult 

220  00 

Memk-ad 

1167 

Thoracic  bracket 

large  ir 

2 

7  00 

Thor-lBr 

317 

Thoracic  pad 

large 

2 

1400 

Thor-pal 

UTREP 

437 

Bead  In  Box  Seal 

20WX19L 

350.00 

UeRTS 

1425 

Black  Vinyl 

30"x36" 

CL06 

Pin  Dot  Products 

233 

SeatbQIt 

1-1/2"  vwde. 

SB1 

FVamid  Rehabilitation 

438 

Roho  Insert 

6x10 

190  00 

special  6x10 

Rohoinc 

19SB 

Hoad/Neck  Support  Fixure 

single  axis 

42  61 

430F2 

Otto  BYXH  Orthopcic 

359 

Headrest 

3 

50  00 

430H1=3 

Otto  Block  Orthopeic 

506 


RESNA  International  '92  •  June  6-11,  1992 

521 


COMMUNICATIOKS  AND  CONTROL  ELECTRONICS  FOR  THE  DISABLED 


P2.12 


Charles  S.  Eubank,  Haniph  A.  Latchitian 
Department  of  Electrical  Engineering 
University  of  Florida 
Gainesville,  FL 


ABSTRACT 

An  overview  is  presented  of  the  many  commu- 
nications and  control  products  available  to 
the  disabled.  This  area  has  seen  rapid 
growth  since  the  introduction  of  the  inte- 
grated-circuit  and  the  microprocessor, 
offering  the  handicapped  user  a  level  of 
independence  thought  unreachable  only 
twenty  years  ago.  A  brief  comparison  is 
made  of  today's  products  with  those  offered 
prior  to  the  introduction  of  the  micropro- 
cessor. Such  a  comparison  clearly  shows  how 
advances  in  electronics  have  stimulated  the 
design  of  many  new  and  exciting  products. 
Some  cf  the  most  recent  and  innovative 
product  developments  are  discussed. 


INTRODUCTION 

A  vast  number  of  products  have  been  created 
to  assist  the  disabled,  and  the  needs  for 
these  have  never  been  greate-.  The  number 
of  handicapped  individuals  in  the  United 
States  alone  totals  over  32.5  million 
people,  accounting  for  14%  of  the  US  popu- 
lation. The  most  prevalent  disabilities 
are  orthopedic  impairments,  arthritis,  and 
heart  disease,  each  accounting  for  over  11% 
of  all  handicaps.  Visual  iirpairments, 
intervertebral  disk  disorders,  nervous 
disorders  (including  epilepsy  and  Parkin- 
son's disease),  as  well  as  mental  and  hear- 
ing disorders  each  account  for  less  than  5% 
of  all  disabilities.  The  total  number  of 
disabled  persons  has  increased  markedly 
over  the  past  several  decades,  as  has  the 
number  of  assistive  products  since  the 
introduction  of  the  electronic  integrated- 
circuit  and  the  microprocessor.  Volumes  of 
catalogs  have  been  published  listing  most 
commercially  available  items,  and  it  would 
be  impossible  here  to  discuss  more  than  an 
overview  of  the  subject.  However,  many 
products  are  of  similar  function,  and  the 
intent  of  this  paper  is  to  present  selected 
useful  and  innovative  designs.  Because  the 
majority  of  these  have  been  created  for  a 
specific  handicap,  it  will  be  convenient  to 
group  and  discuss  related  products  i-nder 
the  disability  they  serve. 

A  LOOK  BACK 

Prior  to  the  introduction  of  the  micropro- 
cessor in  1971,  most  electronic  devices  for 
the  handicapped  were  actually  more  electri- 
cal by  design,  usually  consisting  of  sever- 
al switches  and  electromechanical  actuators 
to  provide  control  over  such  things  as 
electrical  appliances,  wheelchairs,  room 
lights,  and  telephones.  Early  systems 
mainly  focused  on  the  needs  of  the  mobility 
iirpaired,  not  only  because  the  electrical 
devices  were  so  well  suited  for  their 
needs,  but  also  because  it  was  the  Veter- 
an's Administration  which  was  able  to  orga- 
nize the  support  required  for  the  develop- 


ment of  such  products.  War  casualties 
resulted  in  large  numbers  of  disabled 
persons,  many  of  these  being  paraplegic  or 
quadriplegic,  as  well  as  handicaps  due  to 
loss  of  limb.  The  survival  rate  from  such 
casualties  was  growing  due  to  advances  in 
the  medical  field  following  World  War  II, 
and  thus  the  need  for  assistive  technology 
became  critical.  The  Veteran's  Administra- 
tion had  the  responsibility  to  fund  such 
developments,  from  which  emerged  the  auto- 
matic telephone  dialer,  the  powered  wheel- 
chair and  stair-climber,  as  well  as  an 
array  of  environmental  controls.  Unfortu- 
nately, development  costs  were  high,  and 
most  of  the  products  were  extremely  expen- 
sive. Competition  in  the  private  sector 
was  slow  to  develop  due  to  the  relatively 
small  market  and  prohibitive  costs,  and 
this  caused  assistive  products  to  be  limit- 
ed in  both  number  and  scope.  Even  with  the 
availability  of  the  transistor  in  the  1950s 
and  of  integrated-circuits  in  the  1960s, 
major  advances  were  not  made  until  the  mid- 
seventies,  after  the  introduction  of  the 
microprocessor.  The  microprocessor  reduced 
the  size  and  cost  of  the  computer  so  that 
businesses  and  hobbyists  alike  could  devel- 
op practical  and  affordable  assistive  prod- 
ucts. Since  that  time,  major  product  ad- 
vances have  been  made,  resulting  in  a  wide 
array  of  available  programs  and  devices. 

OVBRVIKN  or  BXISTING  TXCHMOLOSY 

Products  for  the  visually  impaired 
A  variety  of  electronic  devices  are  avail- 
able for  the  blind  and  visually  impaired. 
With  the  development  of  the  image  scanner, 
printed  material  such  as  documents  or 
pictures  can  be  converted  into  digital 
information  and  stored  in  computer  memory. 
Conversion  of  this  information  into  braille 
(for  text)  or  a  graphical-relief  format 
(for  pictures)  can  be  iirplemented  through 
an  appropriate  output  interface.  Alterna- 
tively, text  can  be  converted  to  simulated 
speech  using  an  attached  voice  synthesizer. 
This  provides  full  access  to  all  the  text- 
based  computer  resources  such  as  word  pro- 
cessing, data  bases,  books,  and  software 
programming.  For  people  with  partial 
vision,  screen  magnifiers  are  available  to 
allow  prograiranable  enlargement  of  video 
output  Unfortunately,  limited  display 
area  usually  requires  a  lot  of  panning  to 
access  the  complete  image. 

Products  for  the  hearing  impaired 
Compact  hearing  aids  have  been  available 
for  a  long  time.  Solid-state  electronic 
components  have  provided  the  means  for  an 
often  inconspicuous  amplifier  to  assist 
those  hard  of  hearing.  Recent  advances  now 
allow  electrodes  to  be  inserted  in  the 
inner  ear  which  can  stimulate  the  nerve 
fibers  and  produce  a  sensation  of  sound. 
Equipped  with  a  small  microphone  and  trans- 
mitter   worn    behind    the    ear,     sounds  are 
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an^lified,  filtered,  and  digitized  by  an 
external  processing  unit  before  being 
passed  through  a  magnetic  coupling  to  the 
electrodes.  Surgical  installation  of  the 
device  involves  the  ■  placement  of  a  disk- 
shaped  receiver  under  the  skin  behind  the 
ear,  and  the  insertion  of  a  thin  tube  in 
the  ear's  cochlea.  The  tube  is  banded  with 
several  contact  electrodes  to  excite  the 
auditory  nerves .  The  external  processor  is 
tuned  for  each  individual  to  provide  an 
acceptable  response  to  audio  input .  Howev- 
er, the  resulting  sound  sensation  is  quite 
unlike  normal  hearing.  Pitch  detection  is 
possible,  but  voice  recognition  is  often 
quite  difficult.  At  present,  the  aid  is 
intended  to  assist  with  lip  reading  and 
provide  an  audio  link  for  those  individuals 
who  can't  benefit  simply  by  sound  amplifi- 
cation . 

Products  for  cognitive  training 
Several  software  aids  are  available  to 
assist  with  cognitive  training.  Such 
training  is  used  to  develop  decision  making 
skills  for  people  with  learning  disabili- 
ties, or  for  those  who  have  suffered  severe 
head  injuries  resulting  in  partial  or 
coirplete  loss  of  identity  or  cognition.  A 
useful  technique  is  to  present  the  student 
with- games  of  choice,  where  the  conputer  is 
used  to  pose  questions  and  await  an  answer. 
Sophisticated  programs  might  use  a  voice 
synthesizer  to  allow  the  computer  to  talk 
to  the  student.  Several  skill  levels  can 
easily  be  programmed  to  challenge  an  ad- 
vancing student,  and  'distractors'  can  be 
added  to  test  the  student's  ability  to  make 
choices  under  adverse  conditions,  thus 
developing  concentration  skills.  The 
computer  also  is  able  to  record  the  prog- 
ress o£  each  session,  allowing  an  adminis- 
trator to  monitor  results  over  an  extended 
period. 

Products  for  the  speech  impaired 
Several  portable  speech  synthesizers  are 
available  to  allow  typed  or  selected  phras- 
es to  be  sounded  upon  command.  Several 
designs  permit  the  user  to  construct  and 
store  complete  sentences,  greatly  improving 
response  time  for  common  situations.  Some 
synthesizers  even  allow  selections  of  both 
male  and  female  voice  types.  Another 
innovative  product  is  the  speech  training 
program,  which  utilizes  the  power  of  digi- 
tal signal  processing  to  provide  the  user 
with  a  visual  indication  of  pronunciation. 
The  human  voice  is  conposed  of  a  conplex 
mixture  of  many  audible  frequencies;  using 
a  microphone  to  enter  the  audio  signal  into 
the  conputer,  the  digital  signal  processor 
is  able  to  separate  the  voice's  complex 
structure  into  individual  frequency  con^so- 
nents.  This  information  can  be  conpared 
against  a  stored  reference  pattern  (the 
same  word  spoken  without  impairment)  and 
the  results  plotted  grarjhically  to  indicate 
how  accurately  the  word  was  pronounced.  In 
a  simpler  fashion,  the  voice  can  be  digi- 
tally recorded  by  the  computer  and  dis- 
played graphically  to  show  amplitude  varia- 
tions of  the  signal,  as  illustrated  in  the 
accompanying  picture.  Here,  a  speech  im- 
paired user  can  try  to  match  the  amplitude 
variations  with  that  of  a  teacher  sharing 
the  microphone.     Such  feedback    can  easily 
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A  display  showing  output  from  ZBK's 
SpMChVi«w*r,  cooparing  th«  spMch 
pattams    o£  a  studant    and  taachar. 


be  used  in  a  game  format  so  the  learning 
process  is  enjoyable  and  captivating.  The 
success  of  a  word  match  (or  close  approxi- 
mation) scores  points  for  the  user,  or  is 
used  in  some  other  positive  way  so  as  to 
motivate  game  play  challenging  for  both 
children  and  adults. 

Products  for  the  mobility  impaired 
A  process  which  has  involved  much  research 
over  the  past  several  years  is  called 
Functional  Electrical  Stimulation  (FES) . 
This  technique  allows  muscles  isolated  by 
paralysis  to  be  driven  into  motion  by 
external  electrical  signals  that  are  cou- 
pled to  the  muscles  through  electrodes.  A 
microprocessor-based  controller  issues  the 
complex  sequence  of  signals  necessary  to 
effect  proper  coordination  of  a  muscle 
group.  Commonly,  this  is  used  to  produce  a 
walking  motion  of  the  legs .  FES  does  not 
yet  allow  unsupported  walking,  but  the 
person  is  no  longer  confined  to  a  wheel- 
chair. By  selectively  operating  the  con- 
troller, the  user  is  able  to  initiate  each 
leg  movement,  one  step  at  a  time.  Many 
other  products  for  the  mobility  impaired 
involve  computer  access,  discussed  next. 

Products  for  computer  access 
The  desktop  con^sutar  is  useful  only  if  one 
is  able  to  access  it  using  suitable  input 
and  output  devices.  Several  alternative 
output  devices  have  bewn  mentioned  earlier. 
For  those  people  unable  to  move  or  accu- 
rately position  arms  and  fingers,  a  special 
inpv\t  interface  is  required  to  replace  the 
standard  keyboard.  Such  an  interface  has 
taken  several  forms  and  will  depend  on  the 
nature  of  the  disability.  In  an  attempt  to 
provide  access  for  all  forms  of  mobility 
impairment,  the  possibility  of  using 
brain-wave  activity  as  an  input  trigger  has 
been  explored.  To  date,  no  reliable  brain- 
wave interface  has  been  developed  due  to 
problems  of  signal  identification  and  high 
electrical  noise  levels.  Electrical  sig- 
nals from  muscles  around  the  eyes  have  been 
used  to  determine  optical  focal  points,  but 
no  commercial  product  is  yet  available 
employing    this  technique    as  an  interface. 
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Other  methods  are  being  tried  commercially, 
and     these     generally     use  some     type  of 
reflection  off  the  cornea  to  determine  the 
focal  point  on  a  video  display.    Using  this 
information,  a  cursor  can  be  positioned  on 
the  display  with  an  accuracy  of  about  1/4 
inch,   and  computer  commands  can  be  entered 
either    by   menu    selection   or   by  choosing 
letters  from  an  alphanumeric  display  repre- 
sented as  a  small  keyboard  on  the  screen. 
If  the  user  is  able  to  make  head  movements, 
a  simpler  method  of  cursor  control  can  be 
implemented  by  using  a  head-mounted  reflec- 
tor and  a  stationary  infrared  transmitter/ 
receiver.        Head    position    is  calculated 
using  the  reflected  infrared  beam,  and  this 
information   is  used  to  place  the  cursor. 
For  cases  where  reliable  head  movements  are 
impractical   or  impossible,    an  inexpensive 
alternative    is    to    use    a    simple  switch 
interface  with  a  scanning  cursor  to  select 
desired  menu   items.      As  the  cursor  scans 
through  the  list  of  choices,  the  switch  can 
be  activated  to  select  the  desired  entry. 
A  wide   variety  of   switches   for  detecting 
body    movements    are    available,  including 
those    for    the    tongue,    lip,    and  eyelid. 
Touch-sensitive     switches     are  available 
which  require  minimal  pressure  to  trigger, 
and    large    contact    areas    can   be    used  to 
allow  easy  activation  by  an  arm,    foot,  or 
hand.      Sip  and  puff  switches  can  also  be 
used.      A  new  variation  of   switch  uses  a 
video    camera    attached   to    a    computer  to 
monitor  the  position  of  some  part  of  the 
body,    activating  the   switch  only   if  that 
part  of  the  body   is  placed  in  a  specific 
portion  of  the  computer's  video  image  for  a 
prescribed  period  of  time.     Such  a  switch 
requires  no  contact  and  the  user  is  free  of 
attached  wires  or  devices. 

A  sophisticated  form  of  computer  input  con- 
trol is  available  using  voice  recognition 
software.  Here,  commands  or  textual  infor- 
mation are  sent  to  the  computer  simply  by 
speaking  in  a  microphone.  Many  such  pro- 
grams cen  recognize  several  thousand  words 
for  each  reference  file  created  by  the 
user,  making  them  quite  suitable  for  word- 
processing  applications  and  other  text 
entry  programs.  The  process  works  using 
advanced  signal  processing  techniques  to 
digitally  record  and  analyze  the  frequency 
spectrum  of  each  word  spoken.  This  spec- 
trum is  compared  to  a  word  reference  file 
stored  in  computer  memory,  where  each  word 
is  represented  by  the  user's  unique  spec- 
tral pattern.  If  a  match  is  found,  the 
word  is  written  to  the  computer  display. 
Should  an  incorrect  match  occur,  the  pro- 
gram allows  the  stored  patterns  to  be  modi- 
fied and  matched  to  the  correct  word. 
Sophisticated  programs  will  modify  spectral 
models  of  each  match  accepted  by  the  user, 
in  this  way  adapting  the  model  to  the 
user's  voice.  This  in  invaluable  for 
people  with  mild  voice  impairments. 

HKN  XDtHS 

Johns  Hopkins  University  has  recently 
conducted  a  national  search  for  computing 
applications  to  assist  persons  with  dis- 
abilities, a  competition  designed  to  stimu- 
late product  development.  Many  of  the 
entries  were  prototype  models  of  what  soon 


will  be  available  commercially.  Others  are 
still  unfinished  designs,  requiring  several 
years  of  development  before  completion.  An 
example  is  a  proposed  navigational  aid  for 
the  blind,  which  will  use  an  existing 
satellite  network  (the  Global  Positioning 
System)  to  determine  the  user's  lateral  and 
longitudinal  position,  from  which  commer- 
cially available  mapping  software  can  be 
used  to  pinpoint  the  location  to  a  street 
name.  With  this  information,  the  user  can 
enter  a  desired  destination  and  the  soft- 
ware will  calculate  which  streets  to  follow 
to  reach  that  location.  Contained  in  a 
shoulder  bag  and  equipped  with  speech 
capability,  the  device  is  expected  to  be 
accurate  to  a  radius  of  20  meters. 

A  telephone  communicator  for  the  deaf  was 
another  entry  in  the  competition.  Soon  to 
be  available,  this  device  is  a  portable, 
battery-powered  unit  which  allows  a  deaf 
person  to  read  coded  messages  that  are  sent 
to  the  device  from  a  telephone's  10-digit 
push  button  keypad.  The  code  is  a  sirrqale, 
logical  two-stroke  process  for  each  letter 
or  number,  and  the  messages  appear  on  a 
small  liquid  crystal  display.  The  connec- 
tion to  the  phone  is  through  a  suction-cup 
attachment,  using  magnetic  induction  cou- 
pling with  the  earpiece.  If  the  deaf  user 
can  speak,  only  one  device  is  needed  to 
provide  two-way  communication;  otherwise, 
both  parties  will  need  the  interface  to 
decode  the  telephone's  keypad  signals. 
Already  on  the  market  from  another  manufac- 
turer is  a  non-portable  version  of  this 
communicator,  using  a  desktop  computer  to 
provide  sophisticated  options  and  decoding 
schemes,  as  well  as  a  speech  synthesizer. 

New  ideas  are  continually  developing  as 
advances  in  electronics  technology  provide 
more  powerful  tools  and  methods.  Future 
assistive  products  will  undoubtedly  benefit 
from  the  rapidly  progressing  field  of 
digital  signal  processing.  Also,  as  the 
size  of  electronic  components  continues  to 
reduce,  portability  of  complete  and  power- 
ful computer  systems  will  become  practical, 
with  the  potential  of  transforming  a  wheel- 
chair into  a  veritable  workstation. 
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Abstract 

A  pilot  program  to  determine 
feasibility  of  using  slow-scan 
television  to  make  initial 
aasersments  in  the  homes  of  rural, 
severely  disable<  clibnto  is  in 
progress.  Three  Interand  Imagephones 
have  been  acqu'red  with  private 
foundation  funds.  One  unit  has  been 
stationed  in  the  rehabilitation 
center.  Two  units  will  be  rotated 
between  vocational  rehabilitation 
counselors,  case  managers,  care 
providers  and  social  workers  who  have 
direct  interaction  with  remote 
clients.  The  field  user  will  be 
directed  in  setting  up  the  equipntent 
by  a  technician  at  the  rehabilitation 
center.  The  field  user  will  be 
directed  by  a  therapist  or  other 
rehabilitation  personnel  stationed  at 
the  rehabilitation  center.  In  this 
manner,  the  rehabilitation 
professional  will  determine  whether  a 
visit  to  the  rehabilitation  center 
for  a  hands-on,  in-depth  evaluation 
is  justified.  A  budgetary  estimate 
for  equipoient  and  technical  services 
will  be  prepared  for  the  third  party 
payer . 

Background 

Disabled  clients  who  live  in  remote 
areas  continue  to  be  deprived  of 
rehabilitation  services.  It  is  too 
expensive  to  send  professional 
personnel  into  the  field  even  to  make 
assessments.  Transportation  and 
inconvenience  of  handling  the 
severely  disabled  client  enroute  and 
away  from  home  can  be  overwhelming. 
But  reluctance  to  seek  rehabilitation 
services  is  an  even  greater  problem. 
Often  clients  or  parents  of 
physically  and  mentally  retarded 
children  are  shy  and  do  not  believe 
that  anything  can  be  done  to  help. 
They  have  no  idea  of  costs  and  often 
do  not  know  that  public  financial 
help  may  be  available.  Often  the 
visiting  social  worker,  nurse  or 
other  field  personnel  tries  in  vain 
to  convince  these  poople  to  seek  the 
aid  of  rehabilitation  professionals. 
It  is  believed  that  slow  scan 
television  will  provide  great  help, 
at  low  costs,  in  these  situations. 

Statement  of  the  Problem 

Delivery  of  professional 
rehabilitation  services  to  individual 
in  sparsely  populated  areae  is 
inordinately  expensive.  Field 
personnel  who  contact  these  clients 
and  their  families  are  not  trained  to 
make  techni':al   assessments   nor  to 


tell  clients  what  methods  and 
equipment  are  available.  often  the 
rehabilitation  center  is  many  miles 
away  making  transportation  and  care 
of  the  severely  disabled  client  a 
major  impediment  to  acquisition  of 
services.  Training      of  field 

personnel  and  providing  them 
technical  information  in  a  timely 
manner  is  a  perennial  problem.  Funds 
for  travel  and  training  time  are 
dramatically  shrinking.  Maintenance 
of  equipment  at  remote  locations  is 
also  a  costly  and  inconvenient 
process . 

Approach 

Slow-scan  television  is  inexpensive, 
portable  and  very  user  friendly. 
Frames  can  be  sent  at  a  rata  of  two 
per  minute  over  ordinary  telephone 
linee.  Even  the  most  inexperienced 
person  can  be  directed  via  telephone 
in  set-up  and  use  of  this  equipment. 
Initial  assessments  and  education  of 
the  client,  his  family  and  the  field 
worker  can  be  accomplished  with  the 
aid  of  slow-scan  television. 

State  vocational  rehabilitation  and 
developmentally  disabled  services 
agencies  have  agreed  to  participate 
in  a  pilot  program.  One  unit  will  be 
consigned  to  each  of  these  agencies. 


Interand  Slow-Scan  Television  System 
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State  vocational  rehabilitation  and 
developmentally  disabled  services 
agencies  have  agreed  to  participate 
In  a  pilot  progriun.  One  unit  will  be 
consigned  to  each  of  these  agencies. 
Ssveral  trial  run  and  In-servlce 
sessions  will  be  held  with  the  master 
Blow-scan  television  station  located 
In  the  rehabilitation  center 
laboratories  and  the  other  stations 
located  In  various  field  offices. 

Clients  will  be  encouraged  to  go  to 
the    field    offices    for  evaluation 
where  the  vocational  rehabilitation 
counselor,      case     manager,  social 
worker,     nurse     or     other  contact 
personnel  will  operate  the  slow-scan 
television      equipment,      and  take 
directions    from  the  rehabilitation 
center  professional  staff.    The  field 
personnel     will     thus     assist  the 
irofasslonal  rehabilitation  staff  to 
measure     and     specify  wheelchairs, 
identify  appropriate  ADL  equipment, 
identify  trial  environmental  control 
and  communication  equipment,  and  make 
preliminary  seating  assessments.  In 
Sany     Instances,     the  professional 
rehabilitation  staff  will  get  enough 
information  to  determine  whether  an 
in-depth  '  seating    or  communication 
evaluation  is  warranted.  In^°*^""^ 
Instances,  information  thus  obtained 
will  help  prepare  the  rehabilitation 
team  for  the  in-depth  evaluation.  It 
will  be  possible  to  ship  one  of  the 
units    to    the   tiome   where    a  person 
totally  unfamiliar  with  the  slow-scan 
television  system  will  set  it  up  and 
use     it     as  directed. 
instance,    the    naive    user    will  be 
instructed        via        telephone  by 
rehabilitation  center  personnel. 

The  slow-scan  television  system  will 
also  be  used  to  serve  independent 
living  centers  and  other  special 
facilities  as  a  technical  information 
resource.  Existing  grant  funds  will 
permit  such  service  on  a  limited 
basis  during  the  first  year. 

Impllcatlona 

It  is  believed  that  the  slow-scan 
television  system  will 
technical  rehabilitation  specialist 
to  serve  rural  clients  better  and  at 
lower  costs.  This  approach  will  also 
serve  rural  hospitals,  professional 
field  personnel.  Independent  living 
centerrand  others.  It  will 
a  marketing  tool  for  the 
rehabilitation  center.  niay  also 

prove  to  be  useful  for  rehabilitation 
technology  and  equipment  vendors. 

Slow-scan  television,  it  is  believed, 
will  greatly  benefit  education  and 
improvement  of  the  technical 
capabilities  of  vocational 
rehabilitation  counselors,  <=«•• 
managers.  Independent 
personnel  and  others.  It  -hould  save 
money  for  state  agencies,  other  third 
party  payers  and  individuals. 


Discussion 

Slow-scan  television  is  currently 
used  to  monitor  drilling  rig 
operation  and  other  industrial 
processes.  It  is  also  used  in 
conference  applications  and  results 
in  substantial  savings  in  time  and 
money.  This  approach  should  prove 
time  and  cost  effective  and  serve  as 
a  valuable  marketing  tool  for  the 
rehabilitation  community. 
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Abstract 

A  kayaking  program  was  recently  developed  for 
therapeutic  purposes  with  the  spinal  cord  injured 
population.  To  help  insure  the  safety  of  the  patients 
and  increase  the  flexibility  of  the  program, 
accommodations  were  made  to  the  flotation  system, 
the  seating  system,  and  mitts  to  allow  for  use  of  a 
paddle.  These  accommodations  contribute  to  the 
success  of  an  innovative  treatment  technique. 

Background 

A  Therapeutic  Kayaking  Program  was  developed  by 
therapists  at  a  comprehensive  rehabilitation  hospital. 
The  purpose  of  the  program  is  to  facilitate 
improvements  in  sitting  balance  and  upper  extremity 
strength  for  increased  independence  in  daily  living 
skills.  The  program  was  piloted  with  patients  with 
spinal  cord  injuries  but  will  be  expanded  to  include 
other  diagnoses. 

The  equipment  required  for  a  kayaking  program 
includes  a  kayak,  paddle,  seating  system,  flotation 
vest,  and  helmet.  A  sea  kayak  was  chosen  for  the 
program  for  the  following  reasons:  its  flat  bottom  and 
short  length  provide  increased  stability;  its  larger 
cockpit  size  allows  for  ease  of  transfers  and  space  for 
various  seating  systems;  and  its  smooth  interior  of 
molded  polyethylene  offers  protection  to  patients  with 
sensory  impairments.  Two  seating  systems  were 
utilized:  the  standard  kayak  seat  with  a  gel  pad  or  an 
adapted  seat  and  back  to  provide  additional  trunk 
support.  A  standard  jacket  floatation  device  and 
helmet  were  used.  The  paddle  that  was  selected  was 
lightweight  with  an  adjustable  blade  angle  to 
accommodate  the  abilities  of  the  patient. 

Objective 

The  three  major  concerns  in  making  accommodations 
were  kayak  stability  in  the  water,  patient  stability  in  the 
kayak,  and  paddle  grip  for  persons  with  quadriplegia. 
To  accommodate  a  patient  population  with  sensory, 
balance,  and  mobility  impairments,  adaptations  to  the 


kayak,  seating  system,  and  grip  of  the  paddle  were 
required  to  meet  patients'  individual  needs  and  enhance 
safety  of  the  activity. 

Design 

To  maintain  the  kayak's  stability  in  the  water,  outrigger 
floats  were  mounted  to  the  kayak.  The  outriggers 
were  constructed  of  a  frame  of  telescoping  aluminum 
tubing  with  fluid  containers  mounted  to  each  end 
which  act  as  floats.  This  frame  was  then  mounted 
midline  on  the  kayak  behind  the  paddler  after  the 
patient  transfered.  It  was  fastened  to  the  top  surface 
of  the  kayak  with  a  clamping  system.  The  clamping 
system  consisted  of  four  machined  PVC  clamps 
mounted  through  the  top  of  the  plastic  kayak  into  a 
3/8"  sheet  of  high  density  polyethylene.  By 
sandwiching  the  top  plastic  surface  of  the  kayak 
between  the  PVC  clamps  and  the  polyethylene  sheet, 
slippage  of  the  outrigger  was  eliminated  and  loading  on 
the  kayak  hull  was  distributed.  The  telescoping  feature 
of  the  outrigger  frame  allowed  for  the  distance 
between  the  floats  to  be  varied.  By  varying  the 
distance  between  the  floats  or  mounting  the  floats 
above  or  below  the  frame,  the  moment  arm  providing 
the  buoyancy  could  be  changed.  Therapists  could  then 
control  the  degree  of  roll  for  individual  patients. 

To  increase  the  trunk  stability  of  higher  level  spinal 
cord  injured  patients,  an  adapted  seating  system  was 
designed  to  substitute  for  the  original  low  back  seat. 
The  adapted  system  utilized  3/8"  ABS  plastic  to  form 
a  base.  The  seat  and  back  were  derived  from  the 
foam  of  a  contoured  cushion  and  minicell  foam, 
respectively.  A  layer  of  silicon  was  added  to  the  foam 
seat  cushion  to  provide  waterproofing.  An  abdominal 
binder  was  attached  to  the  back  with  Velcro  closures 
to  maintain  the  position  of  the  patient's  trunk  in  the 
kayak.  The  back  could  be  removed  to  give  the  patient 
additional  space  in  the  cockpit  for  transfers  and  then 
replaced  and  secured  with  thumbscrews. 

Adapted  kayak  mitts  were  designed  to  hold  the 
patient's  hands  in  a  functional  grip  position  while 
allowing  the  paddle  to  rotate  when  the  patient 
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performed  kayak  strokes.  (See  Figure  1.)  The  design 
also  provided  the  quadriplegic  patient  the  ability  to 
Independently  don  and  doff  the  mitts.  The  mitts  were 
daslgned  to  be  strong,  durable,  and  comformable. 
Features  of  the  mitts  Include  a  1*  strap  of  webbing 
secured  around  the  wrist  with  Velcro;  a  4"  Velfoam 
pocket  covered  the  back  of  the  hand  and  fingers;  and 
two  2"  straps  secured  the  hand  to  the  paddle.  The 
thumbs  were  free  from  the  mitts  in  opposition. 


Figure  1  •  Kayak  mitt 


allow  patients  with  adequate  shoulder  strength  but 
limited  hand  function  the  opportunity  to  hold  the  paddle 
in  order  to  assist  in  the  development  of  strength  and 
balance. 

These  accommodations  were  achieved  through  an 
interdisciplinary  effort.  It  is  through  such  efforts  that 
quality  of  care  can  be  enhanced  to  offer  patients 
unique,  effective,  and  enjoyable  treatment  techniques. 

Acknowledgements 

Special  thanks  go  to  Brian  Price,  Peter  Gracyalney,  Kirk 
Simon  and  Spring  River  Corporation  for  providing 
assistance  and  support  to  this  program. 

Contact: 

Andrew  Lincoln,  Sr.  Rehabilitation  Engineer 
Assistive  Technology  /  Rehabilitation  Engineering 
National  Rehabilitation  Hospital 
102  Irving  Street,  N.W. 
Washington,  DC  20010 


Discussion 

The  accommodations  made  for  the  therapeutic 
kayaking  program  were  an  effort  to  insure  the  patients' 
safety.  The  outriggers  prevented  excessive  tipping 
even  for  heavy  patients.  The  adapted  seat  secured  the 
position  of  the  patient  in  the  kayak.  Materials  selected 
for  the  seat  and  mitts  provided  cushioning  for  good 
pressure  distribution  for  patients  with  sensory 
impairments.  Tho  kayak  mitts  can  be  doffed  in  case  of 
emergency,  and  the  helmet  and  life  vest  offer  additional 
protection  in  case  some  unforeseen  incident  occurs. 

The  accommodations  also  offer  a  degree  of  flexibility 
for  patients  with  varying  levels  of  strength,  balance, 
and  dexterity.  The  adjustable  outriggers  allow  for  the 
controlled  development  of  a  patient's  balance.  Different 
seating  systems  can  be  installed  in  the  kayak  to  provide 
adequate  support  for  patients  based  on  their  specific 
level  of  injury  and  the  back  of  the  adapted  seating 
system  can  be  temporarily  removed  to  facilitate 
transfers.  The  Velcro-fastened  abdominal  binder  allows 
for  varying  degrees  of  trunk  support  based  on  the 
patient's  build  and  trunk  control.  Also,  the  kayak  mitts 
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Retrofitting:  A  Case  for  Community  Clinician  Input 


Aimee  J.  Luebben 
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ABSTRACT 

For  a  V2uriety  of  reasons  community 
clinicians  are  often  not  consulted  In 
decisions  to  determine  appropriate 
assistive  technology  for  persons  with 
disabilities.    At  times,  however, 
therapists  working  in  community  based 
agencies  must  secure  funds  for  ret- 
rofitting inadequate  seating  and  wheeled 
mobility  systems  that  are  missing 
functional  and  safety  adaptations  needed 
for  community  utilization.    In  a 
retrospective  study  of  67  seating  and 
mobility  systems,  it  was  determined  that 
input  from  community  clinicians  prior  to 
and/or  during  a  seating  and  wheeled 
mobility  evaluation  decreased  the 
likelihood  of  retrofitting  inappropriate 
systems. 

BACKGROUND 

With  the  need  to  broaden  services  to 
remain  competitive,  most  hospital  based 
therapy  programs  have  a  seating  and 
wheeled  mobility  component.    For  the 
seating  and  mobility  clinic,  the  rate  of 
success  (determined  to  be  selection  of 
the  device  appropriate  to  the  client 
without  the  need  for  retrofitting  the 
system  within  one  month)  varies  de- 
pending on  the  background,  education, 
experience,  and  continuing  education  of 
the  team  members.    The  rehablitatlon 
technology  supplier  (RTS)  provides  many 
of  seating  and  mobility  systems,  par- 
ticularly in  rural  areas  of  the  coun- 
try.   The  success  rate  of  the  dealer 
also  varies  for  the  same  reasons  as  the 
team  in  the  hospital. 

Regardless  of  evaluation  location  or 
membership  of  the  team  members,  many 
times  community  clinicians,  who  are 
often  not  consulted,  must  deal  with 
retrofitting  new  seating  and  wheeled 
mobility  systems  that  are  sometimes 
inappropriate  and  other  times  missing 
functional  and  safety  adaptations  needed 
for  utilization  in  the  community 
(Luebben  and  Young,  1989).  Community 
therapists  are  becoming  increasingly 
more  active  In  the  evaluation,  decision 
making,  fitting,  training,  and  followup 
of  seating  and  wheeled  mobility  sys- 
tems.   Because  of  a  recent  court 


decision,  the  impetus  to  move  away  from 
referring  clients  to  hospital  based 
programs  will  likely  escalate,  par- 
tlcul2urly  for  those  therapists  who  serve 
school  districts.    In  Bertetto  y.  SjiaEia 
Community  Unit  DisMci  HQ.  14D  (1989) 
the  school  district  was  determined  to  be 
potentially  liable  for  injuries  suffered 
by  a  student  with  disabilities  who  was 
thrown  from  her  wheelchair  while  being 
transported  to  the  playground.  The 
lower  court  decision,  ruling  in  favor  of 
the  school  district  by  holding  the 
district  not  liable  since  the  student's 
parents  furnished  the  wheelchair,  was 
overturned  by  an  appeals  level  decision 
that  held  the  district  Uable  with  the 
premise  that  it  was  the  school 
district's  duty  to  furnish  equipment  to  " 
prevent  serious  injury. 

Third  party  reimbursement  sources, 
obligated  to  curb  escalating  health  care 
costs,  are  cognizant  of  the  increase  in 
the  requests  for  extra  funds  being 
sought  to  complete  the  retrofitting 
necessary  for  community  utilization.  In 
the  future,  funding  for  retrofitting  by 
third  party  payers  may  be  jeapardized  or 
even  halted  if  this  trend  to  make 
equipment  changes,  modifications,  or 
additions  continues. 

RESEARCH  QUESTION 

The  purpose  of  this  study  was  to 
determine  whether  input  of  community 
clinicians  influences  the  incidence  of 
retrofitting  seating  and  mobility 
systems.    Investigated  was  the  research 
question,  "Do  seating  and  wheeled 
mobility  evaluations  and  fittings 
performed  with  the  input  from  community 
therapists  result  in  a  higher  rate  of 
success  (lower  incidence  of  retrofit- 
ting) than  those  evaluations  performed 
without  community  therapist 
involvement?" 

METHOD 

The  subjects  for  this  study  were 
students  receiving  new  wheelchairs 
beween  December  1987  and  June  1991  in 
agencies  served  through  contracts  with  a 
community  based  private  practice.  Two 
variables,  community  clinician  involve- 
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ment  and  the  need  tc  retrofit  the 
seating  and  mobility  system  within  one 
month  of  delivery  and  final  fitting, 
were  included  for  investigation  of  the 
research  question.    The  community 
therapist  input  variable  was  coded  as 
■'with'  when  the  input  from  one  or  more 
comunity  therapists  was  provided  before 
and/or  during  the  seating  and  wheeled 
mobility  assessment  and  subsequent 
fitting,  v:hereas  "without"  designated 
seating  and  wheeled  mobility  assessments 
that  were  completed  without  the  input  of 
the  community  therapist(s).    The  second 
variable,  the  need  to  retrofit  a  new 
wheelchair,  further  subdivided  the 
students.    The  wheelchairs  were  divided 
Into  four  groups:  (a)  with  community 
therapist  input,  no  need  to  retrofit; 
(b)  with  community  therapist  input,  need 
to  retrofit;  (c)  without  community 
therapist  input,  no  need  to  retrofit; 
and  (d)  without  community  therapist 
Input,  need  to  retrofit.    A  chi-square 
test  for  Independence  was  conducted  to 
determine  whether  the  need  to  retrofit 
seating  and  wheeled  mobility  systems  is 
Independent  of  input  from  one  or  more 
community  clinicians. 

RESULTS 

Within  the  group  categoried  as  without 
community  therapist  input  and  needing  to 
retrofit,  whether  a  therapist  working  in 
a  facility  not  based  in  the  community 
was  involved  the  assistive  technology 
decision  making  team  was  not  dif- 
ferentiated from  a  team  that  Involved 
the  RTS  without  any  therapist.  Since 
equal  numbers  (10  each  of  the  20  deci- 
sions made  without  community  therapist 
involvement)  of  noncommunity  based 
therapists  and  RTSs  (without  therapy 
credentials)  required  retrofitting,  both 
types  of  personnel  were  classified  into 
the  same  category. 

Sixty-seven  seating  and  wheeled  mobility 
devices  were  delivered  to  students  be- 
tween December  1987  and  June  1991.  Of 
the  total  number  of  seating  and  mobility 
systems,  40  were  classified  as  with 
community  clinician  Involvement  and  27 
as  without  community  therapist  Input:  26 
categorized  as  requiring  retrofitting 
and  41  as  not  needing  to  be  retrofit- 
ted.   Six  of  those  26  systems  requiring 
retrofitting  had  the  input  from  one  or 
more  community  therapists  while  20  units 
were  delivered  without  community 
Information.    Of  the  41  devices  that  did 
not  need  to  be  retrofitted,  the  deci- 
sions regarding  34  systems  were  made 
with  the  input  of  community  theraplst(sl 


and  seven  noni  etrofitted  systems  did  not 
information  from  the  community. 

An  examination  of  the  observed  fre- 
quencies of  the  four  groups  demons- 
trates that  the  likelihood  of  retro- 
fitting seating  and  wheeled  mobility 
system  significantly  decreases  with 
community  clinician  involvement  In  the 
decision  making  process,  chi-square 
(1,  n  =  67)  =  23.686,  p<.05.  According 
to  Cohen  (1988)  the  phi  of  .5945  cal- 
culated for  this  study  shows  a  strong 
relationship  between  the  two  variables 
(community  therapist  input  and  need  to 
retrofit).    From  power  analysis  tables, 
the  power  of  this  chi-square  test  (one 
degree  of  freedom,  sample  size  of  60, 
alpha  level  of  .05,  and  effect  size  of 
.50)  is  .97.    For  this  study  it  appears 
evident  that  the  higher  rates  of  success 
in  providing  appropriate  seating  and 
wheeled  mobility  systems  with  community 
therapist  input  is  not  due  to  chance. 

DISCUSSION 

Caution  in  generalizing  the  results  of 
this  study  must  be  observed  since  this 
was  a  retrospective  study  conducted  in 
one  geographical  area.    However,  retro- 
fitting does  not  appear  to  be  a  local- 
ized event,  but  occurs  across  the 
country.    To  decrease  the  incidence  of 
retrofitting.  It  seems  that  there  are  at 
least  two  solutions.    With  the  seating 
and  wheeled  mobility  evaluation  occuring 
outside  of  the  community  based  agency, 
the  most  simple  solution  Is  Involving 
community  therapists  at  the  time  of  the 
evaluation.    For  the  most  part,  the 
physical  presence  of  community 
clinicians  is  Impossible  because  of 
scheduling  and  funding;  however,  phone 
contact  or  an  Intake  form  would  provide 
team  members  with  Information  necessary 
to  make  Informed  decisions.    The  second 
solution  for  hospital  based  therapists 
is  to  spend  some  time  In  the  community 
with  their  clients.    Since  life 
situations  must  be  simulated  in  the 
noncommunity  settings,  oftentimes  the 
hospital  therapist  Is  unmindful  of  needs 
that  cause  the  most  retrofitting.  Two 
community  related  areas  most  commonly 
forgotten  are  safety,  particularly 
during  transportation  to  and  from 
school,  and  stabilization  for  functional 
tasks. 
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INTRODUCTION 

In  August  1990,  Hugh  MacHillan 
Rehabilitation  Ci-ntii_-'s 
Rehabilitation  Engineering 
Department  was  contacted  by  -:\ 
Rehabilitation  C&ntr^  (ovtr  200": 
miles  away)  in  Wes'rern  ranfid-i  to 
investigate  whether  we  could  "a-, 
suggestions  for  .nnd''  ■  KMpp]y 
specialized  seating  ard  powcr^-d 
wheelchair  cor.fro'.s  for  one  of  '■"ri-..  r 
cl ients . 

The  client  was  a  25-yc;ar-o'':  d  cc'C^gu 
graduate  with  spinal  ruscular 
atrophy  who  was  losing  strength  and 
the  ability  to  use  a  joystick.  She 
wanted  to  be  as  ir.dc;  ;.'ndent  as 
possible  and  work  at  least  part  tiire 
in  her  profession.  The  client  was 
very  articulate,  a  good  advocate  for 
both  h.;rself  and  of.itrs.  Sh-i 
communicated  with  us  by  letters 
writte.'^. ,  we  d  i  scovf.'rf  d  T  ator.  ns'ipg 
a  sip  and  puff  switch  and  Morse  Cede 
on  a  computer . 

As  it  was  difficult  t^'  inak^- 
suggestions  without  Sif.'.ng  the 
client's  quality  and  quantity  of 
r.ovement  we  requested  that  a 
videotape  be  Sent  to  us  showing  her 
seating  system,  her  driving  method 
and  discussing  her  needs.  This  was 
made  by  her  physical  therapist  and 
occupational  therapist-  It  gave  us 
basis  for  delineating  the  problems 
and  possible  solutions.  A  second 
videotape  made  a  few  rount.hs  later  of 
her  specific  hand  movements  helped 
us  narrow  down  choicer?  in  wheelchair 
controls . 

OBJECTIVES 

The  requests  were: 

1.  A  new  powered  wheelchair  with  a 
til  ting  mechanism ,  not  to  exceed  25" 
in  width  or  a  seat  height  of  21". 
Wheelchair  had  to  be  an  E&J  product 
as  that  was  only  one  supported  by 
the  provincial  funding  agency.  Width 
was  critical  becausr  of  home 
doorways  and  the  family  var.  lift. 


2.  A  sedating  systen'.  to  give  full 
body  support,  accomodate  a  moderate 
st.'il ios is .  give  a  variety  of 
positions  for  head  support,  and  full 
ar":;  support.  Her  strength  changed 
during  the  day  necessitating  a 
varioty  o''  head  positions.  Back  and 
shoulder  pain  vas  a  proble.t. . 

?, .  The  seati:'ia  syston  had  to  fit 
r.otr,  thv  new  powered  wheelchair  and 
a  r'resently  owned  r.anual  wheelchair. 

4.  The  seating  system  should  allow 
our  client  to  be  lifted  in  it  and 
fit  on  the-  seat  of  an  airplane 
(17"),  (her  hips  measured  18"!). 
Excessive  hip  flexion  in  lifting 
caused  her  severe  back  pain, 
sonetimes  resulting  in  many  days  in 
bed.  She  did  not  like  to  be  lifted 
except  by  very  familiar  people.  She 
also  wanted  to  travel. 

^.  A  wheelchair  control  that  would 
be  easy  to  usf.',  and  change  with  her 
fluctuating  strength  during  the  day. 
While  she  presently  used  a  joystick, 
by  noon  she  had  often  lost  strength 
and  could  not  move  ho;r  arm  to 
control  it. 

6.  Any  fif''lugs  or  work  would  have 
to  be  done  ir  one  short  stay.  She 
was  overage  for  our  hospital,  but 
fortunately  could  stay  in  our  family 
motel  with  her  parents. 

FITTING  PROCEDURE 

Seating 

We  embarked  on  a  year  of 
correspondence  between  our  team  and 
the  client  and  her  team,  using 
videotape,  letters,  phone  and  fax. 
As  wv  narrowed  down  choices,  the 
home  team  ordered  the  wheelchair  and 
had  it  delivered  to  a  manufacturer 
of  wheelchair  tilters.  The 
manuf  aci-urer  modified  the  tilt 
mechanism  to  the  client's  height  and 
width  spt'ci  fi  cat  ions  ,  and  delivered 
it  to  our  Centre.  Our  client  and  her 
family  flfw  in  to  stay  fo^-  two 
weeks . 
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Challenges  in  Long  Distance  Prescription 


We  discovered  that  evc-n  a  videotape 
did  not  tel;  "-he  whole  story.  Even  a 
1"  change  in  seating  position 
ch-nnged  her  ability  to  hold  her  hoad 
in  position  or  r:Ove  her  ar.T. .  She 
could  not  r-ove  her  arr.  at  all 
against  gravity.  She-  could  wiggle 
her  left  thumb  and  all  her  tiaht 
fingers  but  not  grasp  anythin?.  She 
controlled  the  joystick  primarily 
with  shoulder  movement.  Occasionally 
she  wo'jld  resort  t  o  driving 
backwards  because  the  novenent  was 
easier . 

We  made  a  poured  foa-  back  with  a 
very  wide  elasticated  body  support 
giving  total  abdor.inal  control.  Th.> 
seat  was  a  sandwich  of  multiple 
layers  of  plastizote  and  hir-h 
density  foam  to  keep  it  as  .thir  as 
possible.  One  of  our  technicians 
developed  a  three  way  adjustable 
bracket  for  the  hondres^ .  The  seat- 
back  angle  was  critical  and  fixed 
with  a  metal  bracket.  Lifting  straps 
were  attached  to  the  back  and  sides 
of  the  seating  systeir,.  The  system 
sat  on  plywood  bases  in  each 
wheelchair  that  had  plastic  clamps 
and  guides  to  hold  it. 

Wheelchair  Control 

The  final  challenge  was  interfacing 
of  the  wheelchair  control.  She  had 
less  movement  than  we  had  thought, 
and  we  were  afraid  that  she  might 
lose  that  in  the  near  future.  In 
order  to  allow  her  to  accomodate  her 
way  of  driving  in  accordance  with 
her  fluctuating  strength,  it  was 
decided  to  use  the  Invacare  1551ME 
controller  on  the  E&J  wheelchair. 
She  wanted  to  use  the  proportional 
joystick  whenever  possible  as  it 
gave  the  most  precise  control.  A 
curved  lexan  surface  was  attached  to 
the  inside  of  the  right  side  mo'jnted 
joystick  box.  This  contained  three 
very  small  touchplate  swj  tches 
(fwd.  , 'right/left)  with  another  on 
the  curved  upper  surface  (mode 
change).  Instead  of  these 
touchplates  being  direct  selection 
of  direction,  we  fed  thi-'m  through  a 
Micro-Scanner  Interface  box,  which 
allows  one  switch  to  control  forward 
and  reverse  directions,  and  provides 
a  way  to  change  controls  in  the 
future  if  her  abilities  change  and 
only  one  movement  is  available  to 
access  switches. 


She  now  can  drive  using  three 
methods,  the  proportional  joystick 
in  the  traditional  manner,  the 
proportional  joystick  as  a  RIM 
control  (forwarl  accessed  by  pulling 
back^.  or  by  using  her  thumb  to 
access  the  four  touchplates  (digital 
inpv:-'.  Any  of  these  controls  will 
activate  the  tilt  mechanism  (by 
rroving  out  of  wheelchair  mode  into 
the  ECU  mode)  .  There  is  also  the 
potential  to  use  these  same  controls 
for  accessing  other  environmental 
controls  through  ECUs  available  on 
•■he  1551115  controller. 

CONCLUSIONS 

It  was  necessary  to  have  our  client 
find  a  local  person  experienced  in 
electronics  who  could  make  the 
ongoing  adjustments  that  will  be 
needed  by  someone  with  a  changing 
medical  condition.  There  are  also 
changes  required  on  a  regular  basis 
in  the  exact  positioning  of  her  arms 
and  for  seat  comfort. 

Working  with  a  client  and  team  from 
such  a  distance  presented  many 
challenges,  which  through  intense 
(-oTiunicat-i  on  combim^d  with  a  stay 
at  our  Centre,  resulted  in  a 
satisfactory  outcome.  However,  as 
with  any  client  with  a  changing 
medica]  condj'.on,  it  will  fall  to 
the  home  caregivers  to  continue  to 
maintain  and  modify  the  system  and 
make  it  both  comfortable  and  useful 
for  our  client. 

At  present  our  client  enjoys  using 
the  system  effectively,  switching 
among  control  options  as  needed. 

Jerzy  M.  Antczak 

Rehabilitation  Engineering 
Department , 

Hugh  MacMillan  Rehabilitation 
Centre, 

350  Rumsey  Road, 

Toronto,   Ontario,   CANADA,   M4G  1R8 
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Stephen  H.  Sprigle,  Laura  Cron 
University  of  Virginia 
U.S.A. 


INTRODUCTION 

The  use  of  foam  cushions  by  wheelchair  users  has  been 
studied  for  several  years  by  many  researchers.  The  general 
conclusion  of  these  studies  was  that  wheelchair  users  must 
be  evaluated  individually  for  a  cushion  and  that  no  single 
cu>  "lion  is  appropriate  for  all  users  (Garber).  Foam  offers 
several  beneficial  charaaeristics  when  used  as  a  support 
surface,  including  good  envelopment,  good  impact 
damping,  and  a  stable  sitting  surface  (Ferguson-Pell). 
Other  attraaive  features  are  it's  low  cost  and  ability  to  be 
fabricated  with  many  different  material  properties  and  in 
different  shapes  and  sizes.  Cunently,  over  100  foam 
cushions  are  available  commercially  and  range  in  cost 
from  around  $20  to  over  $200. 

OBJECTIVE 

The  goal  of  this  project  was  to  develop  inexpensive  foam 
wheelchair  cushions  which  are  effective  in  preserving  the 
functional  abilities  of  the  user  while  not  increasing  the  risk 
of  pressure  ulcers.  The  evaluation  was  simply  meant  to 
judge  the  performance  of  the  cushion  prototypes  and  was 
not  meant  to  compare  these  cushions  to  any  other 
commercial  cushion. 

METHODS 

Prototype  wheelchair  cushions  were  designed  to  address 
different  needs  of  wheelchair  users.  A  cushion  with  a 
unilateral  thigh  cutout  was  designed  for  use  by  individuals 
that  use  one  leg  to  assist  with  wheelchair  propulsion.  A 
segmented  wheelchair  cushion  was  designed  to  provide 
adequate  pressure  distribution,  and  was  targeted  to  the 
general  wheelchair  population.  After  prototype  testing  and 
redesign,  two  cushion  designs  were  produced  and 
evaluated  by  pressure  measurements  and  extended  clinical 
trials. 


Pressure  Evaluation.  Volunteer  subjects  were  seated  on  a 
prototype  cushion  secured  to  a  manual  wheelchair.  Seat 
interface  pressures  were  measured  within  a  5"  by  9" 
rectangle  using  an  Oxford  pressure  monitor  (model 
TM700  or  MKII).  The  transducer  was  centrally  placed 
under  the  ischial  tuberosities.  Pressures  were  measured  at 
each  of  the  24  locations. 

Clinical  Evaluation.  Volunteers  were  positioned  on  a 
prototype  cushion  by  their  primary  Occupational 
Therapist.  Proper  adjustments  were  made  to  the 
wheelchair  to  accommodate  the  new  cushion.  The  cushion 
was  encased  in  a  nylon  and  spandex  cover  which  was 
secured  to  the  wheelchair.  Clinical  evaluation  forms  were 
provided  to  each  therapist  to  complete  after  each  clinical 
trial.  The  segmented  cushion  form  required  the  evaluator 
to  rate  the  performance  of  the  cushion  in  7  ways.  The 
subject's  skin  reaction,  posture,  effect  on  transfers,  change 
in  spasticity,  effea  on  propulsion,  comfort,  and  balance 
were  assigned  a  value  between  1  and  S.  The  hemi  cushion 
evaluation  form  required  the  therapist  to  judge  sitting 
balance/posture  and  propulsion  ability  on  a  0  to  5  grading 
scale. 

Unilaieral  CtUout  (Hemi  cushion) 

Description.  The  hemi  cushion  was  designed  for  persons 
who  use  one  leg  to  assist  with  wheelchair  propulsion.  A 
section  of  the  foam  was  cut-out  which  resulted  in  one  side 
tapering  from  the  original  3"  thickness  to  a  1"  thickness 
at  the  front  (Figure  I).  The  cushion  was  fabricated  from 
HR45  foam. 

Results:  Interface  Pressure.  The  results  of  the  pressure 
measurements  of  1 1  subjects  are  shown  in  Table  1.  Mean 
pressures,  and  peak  pressure  values  of  the  cut-out  side 
(propulsion  leg)  and  support  side  (affected  limb)  are  listed. 


Fig.l  henl-cushion 


ri9.2  segnented  cushion 
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The  cut-out  (propulsion)  side  had  higher  peak  pressures  in 

2  of  the  11  cases.  A  bilateral  peak  pressure  difference  of 
>  10  mm  Hg  was  found  in  5  subjects.  In  4  of  these  cases, 
the  support  (affected)  limb  experienced  the  higher 
pressure. 

Results:  Clinical  Eva)uj^^i<)p.  Eleven  subjects  participated 
in  the  clinical  trails  which  varied  in  length  firom  4  to  7 
days. 

The  therapists  judged  that  6  of  the  11  subjects  could 
achieve  normal  or  near  normal  posture  and  balance;  and 

3  could  approximate  a  normal  posture. 

Nine  of  1 1  could  propel  a  wheelchair  independently  with 
a  fair  to  good  sitting  posture.  Three  of  these  improved 
propulsion  ability  on  this  test  cushion  when  compared  to 
theiv  regub:  cushion. 

None  of  the  subjects  exhibited  any  skin  redness  during  the 
evaluation  period. 

Discussion.  Pressure  measurements  were  used  to  judge  the 
cushions  ability  to  distribute  pressure  effectively  and  to 
determine  if  the  unilateral  cutout  induced  a  pelvic 
obliquity.  The  results  indicate  that  despite  the  difference 
in  leg  support  and  the  difference  in  the  angle  of  the  hips, 
no  significant  variations  occurred.  This  tends  to  support 
the  notion  that  the  cushion  did  not  induce  an  asymmetrical 
posture  in  the  subjects  tested.  A  pelvic  obliquity  would 
have  been  indicataJ  by  a  difference  in  the  right  and  left 
side  pressure  measurements. 

In  the  few  instances  where  a  pressure  difference  of  over 
10  mm  Hg  was  recorded,  the  higher  pressure  was  found 
on  the  support  (affected)  limb.  This  might  have  resulted 
from  a  decrease  in  loading  under  the  thigh,  caused  by  the 
height  of  the  footrest  on  the  support  side. 

The  results  were  quite  encouraging.  The  pressures 
measured  at  the  buttock-cushion  interface  were  generally 
acceptable,  and  none  of  the  subjects  exhibited  a  pelvic 
obliquity  as  a  result  of  the  cushion  design. 


Table  1.  Interface  Pressures-  Hemi  Cushion 
Peak  Pressures 


Mean 

Cut-out 

Support 

Press 

Sidfi 

Side 

M 

R-CVA 

35.1 

46 

50 

M 

R-CVA 

55.2 

98 

98 

M 

L-CVA 

71.0 

105 

101 

F 

L-CVA 

41.3 

44 

79 

M 

R-CVA 

58.2 

71 

88 

M 

L-CVA 

46.9 

93 

63 

F 

L-CVA 

35.7 

55 

58 

F 

R-CVA 

40.0 

57 

66 

F 

R-CVA 

43.7 

50 

97 

F 

R-CVA 

38.1 

47 

54 

F 

L-CVA 

31.8 

46 

62 

Clinical  evaluation  results  were  varied,  yet  encouraging. 
Ten  of  the  11  subjects  chose  to  continue  using  the  hemi 
cushion  after  conclusion  of  the  study.  Subjectively,  they 
reported  easier  management  of  the  wheelchair  with  less 
energy  exertion  and  increased  comfort. 

This  may  signal  a  specialized  use  for  this  type  of  cushion. 
The  cushion  was  designed  to  provide  wheelchair  users 
with  better  access  to  the  ground  for  propulsion  purposes, 
while  providing  adequate  cushioning  under  the  buttocks. 

The  seat  height  of  a  wheelchair  is  usually  19  inches  firom 
the  floor.  The  addition  of  a  wheelchair  cushion  will 
increase  this  seat  height  another  1-2  inches.  This  height 
makes  it  difficult  for  a  person  to  reach  the  ground.  Hemi 
height  wheelchairs  with  a  lower  seat  height  are  marketed 
but  may  not  be  available  to  many  people,  especially  those 
people  who  use  loaner.  wheelchairs  during  their  recovery 
in  the  hospital  or  rehabilitation  facility. 

If  a  person  cannot  reach  the  ground  to  propel  adequately, 
they  often  slide  their  buttocks  forward  in  the  seat, 
allowing  their  hip  to  extend  enough  to  reach  the  ground. 
This  maneuver  often  results  in  a  sloughed  kyphotic  posture 
which  is  generally  unacceptable.  The  unilateral  cutout 
cushion  was  designed  to  allow  a  person  to  extend  their  hip 
to  reach  the  ground  without  having  to  slide  forward  on  the 
seat.  As  the  results  indicate,  this  was  often  the  case,  but 
some  subjects  could  still  not  maintain  an  erect  posture. 

In  conclusion,  this  unilateral  cutout  cushion  does  seem  to 
have  characteristics  which  may  aid  certain  wheelchair 
users.  However,  its  efficacy  must  be  determined  on  a  case 
by  case  basis. 

HR28SS  Segmented  cushion 

Description.  A  3"  cushion,  fabricated  from  HR2855  foam, 
was  divided  into  2"  by  2"  segments  with  1  1/2"  depth 
(Figure  2). 

Results:  Interface  Pre-ssure.  The  results  of  the  pressure 
measurements  on  the  segmented  HR2855  cushions  are 
shown  in  Table  2.  The  peak  pressure  range  reflects  the 
highest  recorded  values  on  the  right  and  left  sides.  Each 
cushion  showed  substantial  variation  firom  subject  to 
subject. 

Table  2.  Pressure  Evaluation  -  Segmented  Cushion 


Pressure  (mm  Hg) 

St. 

DiagnOiiS 

Mfan 

Dev. 

Peak 

F 

mult  trauma 

45.7 

17.5 

79-85 

F 

head  injury 

46.2 

16.0 

68-83 

M 

Guil.  Barre 

47.3 

22  5 

73-126 

M 

mult  trauma 

45.8 

15.7 

70-76 

M 

sci-incompl 

63.5 

32.0 

127-131 

M 

sci-incompl 

49.5 

15.7 

59-80 

F 

sci-compl 

37.5 

9.7 

43-56 
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The  segmented  foam  cushions  seemed  to  provide  poor 
support  in  two  instances.  The  inability  to  provide  proper 
support  in  these  cases  may  have  been  because  the  foam 
bottomed-out  under  the  patient's  load. 

In  most  cases,  the  pressures  were  quite  adequate  with 
mean  pressures  in  the  40  to  60  mm  Hg  range  and  peak 
pressures  in  the  60  to  80  mm  Hg  range. 

Results:  Clinical  Evaluation.  Twelve  forms  were  returned 
during  the  evaluation  period.  Clinical  trials  ranged  from 
4  days  to  over  2  months.  Subjects  exhibited  a  variety  of 
physical  disabilities  tacluding  3  CVA,  1  head  injury,  4 
SCI  and  4  persons  with  other  physical  disabilities. 

The  subject's  skin  was  clear  in  10  cases.  Two  subjects 
exhibited  sli{^t  colorktion  but  neidier  subject  was  removed 
from  the  cushion  due  to  prolonged  redness. 

Posture  was  rqwrted  as  good  in  9  subjects.  The  therapists 
reported  posture  as  fair  in  3  cases. 

Spasticity  remained  unaffected  in  all  subjects. 

All  subjects  reported  a  fair  to  good  1  jvel  of  comi^rt  while 
seated  on  the  cushion. 

Transfers  were  unaffected  in  10  subjects,  but  were  slightly 
hindered  in  2  cases. 

The  ability  to  propel  a  wheelchair  was  unaffected  in  1 1 
cases.  Propulsion  seemed  improved  for  one  subject. 

The  cushion  had  no  effect  on  the  balance  of  8  subjects. 
Three  subjects  experienced  improved  balance,  and  balance 
was  compromised  in  one  case. 

Discussion.  The  clinical  evaluation  of  the  segmented 
cushions  produced  very  good  results.  The  many  different 
types  of  people  who  clinically  used  this  cushion  seems  to 
infer  a  beneficial  versatility  of  its  design.  The  cushion  did 
not  seem  to  have  a  consistent  detrimental  influence  on  any 
of  the  clinical  variables.  As  with  most  cushions,  it  seemed 
to  work  better  with  some  people  than  others,  but  overall, 
the  cushion  performed  quite  well. 

Four  clinical  variables;  skin  coloration,  posture,  effect  on 
spasticity,  and  comfort  received  judgements  of  adequate 
to  goodfot  all  12  subjects. 

The  other  three  variables;  effect  on  transfers,  effect  on 
propulsion,  and  balance  received  favorable  ratings  in  over 
80%  of  the  cases. 

Discussions  with  some  participating  therapists  revealed 
their  overall  satisfaction.  They  feh  that  this  cushion 
provided  a  nice  sUble  sitting  sur^e  that  was  generally 
comfortable  to  their  patients.They  also  liked  the  versatility 
of  the  cushion  and  the  ibility  to  modify  the  cushion  easily 
to  provide  additional  pressure  relief  in  certain  areas. 


Often  the  therapists  felt  that  a  patient  would  benefit  from 
a  cut-out  on  the  cushion  surface.  The  segmented  cushion 
lends  Itself  well  to  this  sort  of  modification.  By  using 
scissors  or  an  electric  knife,  a  therapist  could  easily 
remove  a  few  segments.  The  resultmg  depression  in  the 
cushion's  surface  offers  reduced  loading  on  that  area  of 
the  buttock  or  thigh. 

CONCLUSIONS 

The  goal  of  this  project  was  to  develop  versatile, 
inexpensive  cushions  that  could  be  used  with  patients  in  an 
acute  hospital  or  rdiabilitation  facility,  or  could  be  used  as 
an  everyday  cushion  by  wheelchair  users  upon  discharge. 
These  cushions  were  designed  to  offer  an  alterative  to  the 
other  foam  cushions  currently  available,  but  was  not 
meant  to  be  a  replacement  to  some  of  the  high-cost, 
adjustable  or  customized  cushions. 

In  addition  to  designing  these  cushions  to  provide  a  safe 
and  functional  seating  surface,  they  were  designed  to  be  a 
cost-effective  alternative  to  other  commercially-available 
cushions.  Span  America  (Greenville,  SC)  has  begun 
manufacturing  both  the  Hemi  Cushion  and  the  segmented 
cushion  (marketed  under  the  name  Geomatt  PRT Cushion). 
The  suggested  retail  price  of  the  H<ml  cushion  is  $19.25 
and  the  Geomatt  PRT  is  $22.50.  Covers  must  be 
purchased  separately.  Based  on  tfie  pressure  and  clinical 
evaluations,  these  cushions  should  be  considered  as  cost- 
effective  options  when  evaluating  client's  for  wheelchair 
seating. 
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ABSTRACT 


For  severely  involved  clients  with  limited  sitting  tolerance, 
alternative  positioning  is  a  concern.  Because  of 
musculoskeletal  limitations  and/or  spasticity,  conventional 
alternative  positioning  devices  are  frequently  inadequate  in 
achieving  and  maintaining  the  desired  alignment.  Custom 
molded  positioners  in  supine,  prone,  or  side  lying  provide 
an  alternative. 


BACKGROUND/PROBLEM  STATEMENT 


For  individu.Us  with  severe  musculoskeletal  deformities  as  a 
result  of  cerebral  palsy,  brain  injury  or  other  conditions, 
positioning  is  necessary  to  retain  ensting  structural 
alignment  and  joint  mobility.  For  those  who  cannot  sit  for 
long  periods  of  time,  successful  positioning  can  be  a 
challenge.  Prone,  supine,  and/or  side-lying  posi'ions 
provide  other  options  to  sitting.  Common  methods  of 
positioning  people  in  the  supine,  side  lying,  and  prone 
position  include  pads,  bean  bags,  and  planar  systems  with 
modular  components.  Another  option  is  a  custom  molded 
foam  positioner  which  is  fabricated  using  foam-in-place 
technology(l).  This  type  of  positioning  system  can  be 
stationary  or  mounted  on  a  mobile  base.  This  paper  focuses 
on  assessment  for  and  fabrication  of  custom  molded 
horizontal  positioning  systems. 


ASSESSMENT: 


The  client  is  usually  referred  as  a  result  of  a  recognized 
need  to  position  the  client  in  an  alternate  position  to  sitting. 
An  evaluation  is  done  with  an  occupational  and/or  physical 
therapist,  technical  seatmg  specialist,  parents  and  other  care 
providers.  A  custom  molded  alternative  positioner  is 
considered  only  when  commercially  available  items  cannot 
adequately  support  the  patient  because  of  the  degree  of 
deformity  and/or  abnormal  muscle  tone.  The  desired 
position  is  determmed  based  upon  the  following  factors: 
primitive  reflex  influences,  the  effect  of  position  on 
distribution  of  muscle  tone,  postural  alignment,  and  range 
of  motion.  Below  is  a  brief  overview  of  some  the  indicators 
for  each  position. 

A  molded  supine  positioner  is  chosen  when  the  client 
frequently  lies  in  the  supine  position,  but  asymmetrical 
extensor  tone  undesirably  influences  thr  position  when  they 
are  not  supported  well.  Frequently  thi  re  is  an  unstable  hip 
jrint.  These  clients  can  not  usually  tolerate  Ixiing 
positioned  in  the  prone  position. 


A  molded  side  lying  positioner  is  chosen  when  the  client  has 
severe  kyphoscoliosis  of  the  spine  and  associated 
deformities  of  the  pelvis  and  lower  extremities.  In  this  case, 
prone  and  supine  positioning  are  not  tolerated  because  of 
the  deformities  and  a  commercial  sidelyer  may  not  be  able 
to  provide  adequate  support. 

A  molded  prone  positioner  is  chosen  when  then*,  are  severe 
hip  flexor  contractures  and  symmetrical  support  of  the 
trunk  is  desired.  It  also  allows  for  more  upright  orientation 
of  the  head  and  upper  body  to  use  available  upper  body 
extension. 

Once  the  client's  position  has  been  established,  the 
orientation  of  the  positioning  system  must  also  be  resolved. 
This  decision  is  based  on  the  effects  of  position  in  space 
upon  the  client  and  how  the  positioner  is  to  be  used.  If  the 
positioning  device  is  to  be  mounted  on  a  mobile  base,  the 
mounting  specifications  arc  also  determined  at  this  time. 


METHODS: 


A  molding  frame(2),  which  incorporates  vacuum 
consolidation  techniques  to  hand  form  custom  molded  seats 
and  backs,  must  fu-st  be  modified  to  achieve  a  seat  to  back 
angle  'angc  of  approximately  ISO'^  to  230°.  The  angle 
varies  depending  on  whether  the  position  is  to  be  prone, 
supine,  or  side-lying.  The  patient  Is  transferred  onto  the 
molding  frame  and  manipulated  until  the  desired  position  is 
achieved. 

When  molding  a  person  in  a  supine  or  side-lying  position, 
the  seat-to-back  angle  varies  between  150°  and  180°.  The 
seat  on  the  molding  frame  is  used  to  mold  the  pelvic  area 
and  lower  extremities  while  the  back  section  is  used  to  mold 
the  trunk  and  upper  extremities  (see  figure  1). 


1   1  V 

Figure  I:  ISO^-ISO"  seat  to  back  angle 
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CUSTOM  MOLDED  HORIZONTAL  POSITIONERS 


To  mold  a  prone  positioner,  an  angle  of  180°  or  greater  is 
required  of  the  molding  frame.  With  our  molding  system, 
the  seat  section  is  placed  in  a  horizontal  position  and  the 
back  portion  is  pivoted  down  for  a  seat  to  back  angle  of 
greater  than  180°.  In  order  to  properly  align  the  frame  for 
prone  positioning,  the  seat  must  be  elevated  to  be  flush  with 
the  back.  The  back  section  of  the  molding  frame  is  used  to 
shape  the  lower  body,  while  the  seat  section  is  used  to 
support  the  trunk  horizontally,  (see  figure  2). 


Figure  2:  180° -t-  scat  to  back  angle 


The  molding  frame  is  used  to  form  a  positive  mold  which  is 
cast  with  plaster  splinting  material  to  produce  a  negative 
mold.  It  is  important  to  apply  the  splinting  material  over 
the  sides  of  the  mold  down  to  the  edges  of  the  molding 
frame.  This  will  create  a  flat  and  parallel  surface  on  the 
bottom  of  the  negative  mold,  which  is  essential  for  proper 
orientation  of  the  finished  positioner. 

After  the  plaster  cast  has  dried  it  is  prepared  for  the 
pouring  of  the  liquid  foam-in-placc.  Preparation  consists  of 
smoothing  the  inside  of  the  cast  and  coating  it  evenly  with  a 
non  synthetic  release  agent  such  as  paraffm  wax. 

Fabrication  of  the  cushion  involves  pouring  liquid  foam-in- 
place  into  :he  prepared  cast  (the  expansion  of  medium 
density  foam-in-place  is  approximately  thirteen  times  it's 
ori^al  liquid  volume).  Sheets  of  reinforced  plastic  are 
clamped  against  the  open  end  of  the  cast  to  control  the  flow 
of  the  foam-in-place  as  it  is  setting.  This  forces  the  foam 
down  so  that  trapped  gases  will  not  create  a  void.  It  also 
stops  the  foam  from  rising  beyond  the  edges  so  that  the 
correct  orientation  is  achieved  in  the  final  product. 

After  the  foam  sets,  it  is  rt  noved  from  the  cast  and 
mounted  to  a  firm  base.  This  makes  the  positioner 
inflexible  so  that  its  shape  will  not  be  distorted.  When 
making  a  side  lying  positioner,  it  is  necessary  to  support  the 
patient  along  the  back  as  well  as  the  side.  In  this  case  the 
base  will  consist  of  two  planar  surfaces,  perpendicular  to 
each  other.  The  vertical  surface  of  the  base  extends  behind 
the  patient  so  that  a  foam-in-place  back  can  be  formed  from 
a  bag.  The  contoured  back  allows  some  of  the  weight- 
bearing  to  be  distributed  to  the  patient's  back  as  well  as  the 
side  if  they  are  to  be  tilted. 

Positioning  straps  are  attached  to  the  base  and 
modifications  should  be  made  if  they  are  needed.  Once  the 
desired  positioning  is  achieved,  the  cushion  shou'd  be 
appropriately  finished  to  make  it  durable,  aesthetically 
pleasing,  and  waterproof  when  appropriate.  This  is 
accomplished  at  our  facility  by  vinyl-coating  the 
positionpr(3). 


DISCUSSION 


Positioning  outside  of  a  seating  system  is  recognized  by 
rehabilitation  professionals  as  an  important  part  of  the 
therapy  program  for  individuals  who  cannot  sit  for  long 
periods  of  time.  The  time  spent  out  of  the  chair  is  no 
longer  viewed  as  rest,  but  an  important  part  of  the  day.  A 
custom  molded  alternative  positioning  device  maybe 
beneficial  to  a  persons  body  structure,  joint  mobility,  and 
organ  functioning.  It  can  also  augment  or  supplant  the  use 
of  extremity  splints  and  orthoses  by  providing  the  desired 
support  and  alignment  of  body  parts.  The  positioner  can 
also  be  designed  to  support  other  therapeutic  objectives 
such  as  visual  attendirig,  switch  access,  and  positioning  for 
feeding. 

When  a  client  has  multiple  care  providers,  an  advantage  of  a 
custom  positioner  is  that  it  ensures  consistent  optimal 
positioning  with  minimal  placement  of  separate  positioning 
elements.  The  training  required  for  the  care  gjvers  is  brief 
and  easily  supported  by  photographs. 

Therapists  and  family  members  of  clients  have  reported  that 
pain,  muscle  spasms,  irregular  respiration  and  digestion 
problems  are  often  decreased  with  the  use  of  a  horizontal 
positioner.  More  empirical  evidence  is  necessary  to 
increase  the  understanding  of  the  effects  of  positioning  on 
bodily  functions. 
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A  MliLTIFliNCTlONAL  NAPE  JOYSTICK 
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ARSTR/V  :i' 

During  an  oxpcrinicniiil  projcci 
financed  by  Ihc  Region  of  Lonibardy, 
Italy,  we  tried  to  identify  some  soiution 
for  the  independence  of  severe 
quadriplegic  persons. 
()win}2  to  llie  necessity  we  had  to  solve 
a  lot  of  problems,  both  Icehnieal  and 
psicological. 

In  this  paper  wo  would  like  to  present  a 
simple  method  for  the  construction  of 
a  nuillilinictional  nape  joystick. 


UACKGROUND 

A  short  prdctical  test  dt  Mt\rco\  home  (Marco  is  a 
quddriplegic  CA  Ch)  gdve  us  the  chdticu  to  uJimlify 
some  pt  oblemsrelated  tothcuse  of  rliffnronlmodels  of 
chin  joystick  He  showedihefrequentneedto  perform 
very  pronounced  trunk  passive  flections  tu  limit  the 
discomforts  thdt  am  not  felt,  but  perceivud,  due  to  the 
trdumdtic  lesum  of  the  cervicdl  spine 
It  looks  like  these  discomf  urtdble  f  ueliiigs  dr  e  pr  ovokc  d 
dlso  by  keepmg  for  a  variable  time  span  a  practically 
erected  position  ot  the  body.  They  occur  with  an 
intensive  per  spir  ation,  a  feeling  of  need  of  movement 
due  to  a  sensation  ot  stiffness  of  the  spine,  a  light 
dizziness. 

The  presence  in  afront  position,  near  the  face,  of  the 
chin  j  oy stick,  even  if  r  elatively  small,  hamp  er  s ,  without 
fir  St  proceeding  to  move  it,  Marco's  trunk  flection,  and 
furthermore  limits  the  possibilities  to  take  ad-vantage 
of  the  residual  flection  and  rotation  head  movements, 
needed  to  operate  the  keyboard  of  apersonal  compu- 
ter and  an  amplified  telephone,  by  means  of  a  stick  held 
in  the  mouth.  Finally,  Marco  clearly  and  meaningfully 
stated  his  fee-lmg  of  discomfort  for  the  presence  of  a 
Ijox  interposed  as  a  partition  saeenVietween  himself 
and  another  person  during  a  conversation 
From  what  above  we  ur.der  stood  that  Marco's  feeling 
wa\  of  something  that  hides,  protects,  avoids  that  one 
(•an  nxpo^p  himself  by  dearly  showing  one's  face. 


almost  as  this  chin  joystick  infront  of  his  face  limit  by  its 
ownachance  of  rela-tionatthe  same  level,  as  if  itwere 
identified  as  an  invalidating  tool. 
At  the  same  time  Marco  referred  a  second  discomfort 
related  to  his  need  to  verbalize,  greatly  limited  since 
ho  had  to  control  all  the  little  movements  of  his  chin  in 
order  to  avoid  to  perform  undesired  movements  with 
the  wl-ieelchair. 
OBJECTIVES 

TTiese  problems  led  us  to  look  for  electronic 
wheelchairs  with  a  nape  joystick  control,  to  tryto  avoid 
the  us  e  of  almo  st  all  the  fie  ction  mo  vements  of  the  he  ad, 
and  take  the  greatest  advantage  of  the  extension, 
rotation  and  lateral  flection  possibilities. 
We  coulij  identify  a  little  number  of  wheelchairs  com- 
plete with  nape  joystick,  that,  as  for  Marco's  needs, 
showed  some  detects,  particularly  related  to  their 
overall  dimensions. 
METHOD  APPROACH 

We  therefore  proceeded  and  requested  to  construct 
a  custom  made  electronic  wheelchair  and  to  realize  a 
prototype  of  a  joystick  that  can  operate  it  by  using 
limited  nape  movements. 
Marco  expressed  the  following  needs: 

1  a  wheelchair  allowing  the  autonomous  control, 
even  if  of  fewdegreeseachtime,ofthebending  angle 
of  the  back  of  the  seat,  in  order  to  be  able  to  vary  by 
himself  the  sitting  position. 

-  7.  allowinghimto  r  eachapositionnear  tothe  horizontal 
to  relaxduring  some  moments  of  the  day  without  being 
compelled  to  move  from  the  wheelchair  to  the  bed 

-  3  allowinghim  to  reach  in  an  autonomous  manner  the 
upright  position,  since  it  encourages  many  organic 
functions 

-  4  he  finally  state  d  that  mo  st  of  the  us  e  of  the  whe  elchair 
wouldbeinsidethehouse,  admitting  alsothe  possibility 
of  use  outside 

The  construction  of  the  custom-made  wheelchair  was 
requested  to  an  Italian  firm,  and  allows,  in  its  standard 
ver  sion,  the  simultane  ous  variation  of  the  inclination  of 
the  back  of  the  seat  and  of  the  footboards,  until  asemi- 
lying  position,  and,  going  back  through  the  sitting 
position,  the  modihcation  of  the  seatindination,  raising 
at  the  same  time  the  back  of  the  seat  into  a  vertical 
position,  to  achieve  the  assisted  upright  position. 
Ttie  movement  can  be  stopped  anytime,  and  allows  to 
run  even  few  degrees  each  time. 
A  pea'.liarity  we  would  underline  is  referred  to  the 
po  s  sibility  to  move,  by  moam  of  the  wheelchair )  oystck, 
regardless  of  the  positions  of  the  seat,  the  back  and  the 
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(ootbodrtii,  espendlly  on  smuuth  llmirs 
When  requesting  the  injstum-m<iile  uunstiudiun,  wt- 
included  the  i  eduction  of  the  ovet  aUwidth  It  om  b2  ltii 
to  apptox.  51,  more  suitable  tor  transit  in  small  ronm\ 
In  SlVA's  laboratory,  we  perlntmed 

-  i  substantial  electronic  moiiificAtion  lesjardiiij',  the 
addition  fif  :!  sei  onil  joystick  tat  the  m\w  uititml. 
serially  connected  to  the  one  eijuippeil, 

-  and  the  mechanii;al  adaptations  tut  the  support  and 
positioning  of  the  I  joysticks  and  the  nuauswiti.he'. 
Hollowing  functional  tests,  we  realized  Marco's 
impossibility  to  move  the  statnlat  d  joystick  cot  redly,  it 
this  was  just  moved  on  the  back  ot  his  head  and 
equipped  with  a  small  aishiuii  itistiMd  ot  the  i.lo(iui> 
ball-grip  WethoreforecnnsttucledasmrtlHoam-liried 
wrapping  headrest 

The  struc-ture  of  the  standatd  luy stick  is  howevi;t  not 
conceived  to  support  an  driditional  weij^bt,  even  i( 
small,  therefore  we  constructed  a  small  support  tor  the 
headrest  Moreover,  in  the  practical  realisation,  we 
took  into  account  to  faalitato  the  rutiitn  mnvemeni  iit 
the  joystick  to  the  zero  position 
We  took  itito  acciiurit  then  the  iiossibilily  tn  use  dn; 
headrest  support  itself  also  as  movement  tulcTum.  anil 
to  integrate  it  by  ad  dingpropor  sptmj'.s  lor  its  leputt 
to  v;er(i,  regardless  from  the  structure  ot  the  loystu  k 
In  order  to  avoid  raisin;'  and  depression  head 
movements,  the  headrest  is  allowed  only  two 
movements  forward-backward  and  lateral 
The  headi  est -.trurture  was  re.)lii;ed  with  analurnmiuin 
strap,  bent \A  a  ladius  of  ISO  mm,  vflth  a  tapjied  hule  at 
Its  centi  e 

Hei  8  a  steel  rod,  ot  the  overall  length  ot  M  mm.  was 
insetted  and  tixed,  ciossingthe  headi>:si  support  in  its 
tot  ward  backwai  d  direction  and  emlm^;  with  a  second 
threading 

The  function  ot  the  lattei  is  tn  support  a  ring  iiiside 
which  the  joystick  metal  level  is  insetted,  ft  eeft  um  the 
uppei  ball  grip 

By  means  of  this  construdion.  the  extensioii  ot  the 
head  moves  the  headrest  backwards  and  transmits  a 
'.troke  of  the  same  size  to  the  lever  of  the  jnystick.  that 
vanes  Its  inclination,  thus  rontr  oiling  the  final  speed 
A  compression  spting inserted  onto  the  steel  roditi  an 
intermediate  position  beNvoen  the  headrest  and  the 
tulaum  support  brings  back  the  headrest  into  zeiu 
posilinn 

To  famlitate  such  a  movement,  impottant  also  tot 
emetgeticy  breaking,  the  spting  has  arelatively  high 
hardness  and  is  always  kept  in  light  comptession  by 
means  of  the  insertion  ot  a  steel  pin  in  a  hole  made 
between  the  fulaurn  support  and  the  joystick 


A  second  steel  rod  pat  allel  to  the  fir  st,  and  integralto  it, 
.illovv,to  gteatly  limit  the  inclination  movements  of  the 
headrest 

The  two  rods  vwre  inserted  into  two  parallel  holes 

made  onto  an  aluminium  parallelepipedon,  supported 

by  a  brass  arajlar  base-plate. 

Two  small  springs  and  an  elasticpin,  respectivelyfitted 

into  a  milling  onto  the  atcular  base-plate  and  into  the 

par  allelepipedon.allowthereturnto  zero  of  the  lateral 

movements  of  the  headrest 

The  direction  control  takes  then  place  by  means  of  a 

later  altlection  of  fliehead,laterallymovingthelieadf  est. 

This  movement  too  is  transmitted  to  the  joystick  in  a 

similar  manner  to  what  desaibed  above. 

In  Marco's  case  the  ratio  the  more  correct  for  the 

ilistaiio'  between  headrest,  fulaum  support  rotation 

axis  and  joystick  must  bo  near  !2.1  (the  distance 

between  joystick  and  tutc7um  must  be  multiplied  by  1.2 

to  get  the  measure  fulaum  /  headrest) 

Ag.am  on  latetal  position,  but  more  forward  and  lower 

with  respectto  the  headrest,  near  the  chin,  we  installed 

two  supports  fot  the  three  sensors  needed  to  run  the 

wheelchair 

Ihe  tirst  one  is  a  switch  allowing  to  turn  on  the  whole 
system,  the  second  a  knob  controlling  a  relais 
simultaneously  reversing  the  tension  polarity 
tr  anstmtted  totho  two  motors,the  third  aknob  excluding 
the  motors  and  putting  the  motors  for  bending  and 
verticalityinarciiit 

T'he  ti  ade  name  of  the  standard  joystick  used  for  the 
movement  of  the  wheelchair  is  "Elettronico  A/S" 
Itis  equipped  with  Iwopositions,  UP  and  LAYDOWN 
These  two  functions  correspond  to  the  variation  ot 
back .  seat,  footrests 

The  mam  assumption  tor  our  design  of  the  electronic 
modifications  was  the  necessary  safety  Marco  is 
completely  unable  to  vary  by  himself  the  position  of 
the  four  limbs  and  the  trunk 
We  thereforejiidged  necessary  tohe  able  to  easily  cut 
out  all  the  operation  possibilities  of  the  nape  joystick, 
by  means  of  the  operation  of  the  manual  joystick. 
For  the  production  of  the  prototype  {  required  the 
installation  of  a  second  box  onto  the  wheelchair 
containing  a  double  govertiot  joystick 
Moreover  we  requested  the  construction  of  the 
conner+inns  needed  to  operate  the  following  control 
sensors 

a  a  master  switch  for  the  on/off  function  of  the  whole 
nape  electronic  kit 

b  a  shunt  switch  to  reverse  the  tension  polarity 
transmitted  onto  the  motors  (this  allows  reversing) 
r  a  shunt  switch  to  inseit  either  the  joystick  or  the  two 
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minciswiti  hm  tliat  dUow  thr  ii|)i.'icitinn  ot  tin'  flpilnc 

ninttir'.  for  thi'  tiiru.lintv.  IIP  lAY  IXiWM 

Moi  euver,  a  little  ctmtrulp.mi?lttjt  (Ke  otVuff  turnlwui 

wri<;  puj\nili!i1  in  such  a  lujsitiDutt)  hr:  iMMly  in  Mj'jit  nt 

thu  poitir'tit  Siuli  a  piiriiil  wds  equippi.nl  with 

ri  A  tivo  \ni\  hat  vMth  thu  ilniihli'  Intu  tinn  nt  '.hmMn;', 

thi.it  till-  impi-  kit  1-.  un,  arnl  ttif  i.hot;:/'  li.'Vrl  nf  tVn.' 

bdttetws, 

h  dicillecl  Imwartl  I'li^'dgud 

c  J  grt-un  If (|-  tmckwunl  frrfjov-V-'M 

d  aypllDwled  tutution  UP  /  LAY  l)i)WM 

'Ihi'  mdin purpose  ut  ihc  ulodrunu  i.itcuit,  is  tu  dUuw 

to  opHi  dtt'  thi'  hudrl  c.iintt Ills  irnlpponflcntly  ttom  tin' 

iiidnudl  oncis  dud  vir.c- vni  Sd,  hciti};. sure  thdt  s'«t(  hirij;, 

uti  thp  mdriDdl  )(jy stu  k  the  miUi i il  i-itniits  nt  thr^  Ti^pi' 

joy-sti(.k  die  i.ipptii'd 

The  nape  ooiiti  ols  dro  pnssibluhy  mi.'dtis  ut  thi;  m.istnt 
switi.h,  cinly  if  tlif  iii.i  ti  t  -.vwii  h  nl  ibi'  I'lU.'tti  nturu  A/r^ 
IS  in  OHHpn^itirui 

Whpnnapf  t  onttnls  .i|ii  m.«|i'  pnssiblr',  inn,'  r.iii  set 
the  tarwaul  (it  luokwdi  il  L-nntml,  by  luuaiis  nl  tlir 
FWD/rjKWL)  swtch 

Thij  [  teldis  sw.ips  the  -.upply  lirn'  i...ibli's  ut  thf  tidpc 

joystick,  thus  dUowitigii; versing 

Allfunctions  canhf  rhoDsenijivi'ntlntthuwhfM'lib.m 

15  ni.it  moving  diid  that  thu  iLiystu.k  levet  is  m  zuiu 

position 

The  s  ignal  M  ASTH  lU  1 N  tt  om  tl  I  e  1 0 1  itr  I  )1  b  1 IX  IS  It  1 1  dd 
at  low  tension  when  the  wheeli'Viair  is  movinj^  sn  the 
dctiun  of  the  FV/D/OKWI>  sv^ti  li  would  i.atry  a  low 
tension  siyridlto  the  KJlititegiatetl  I  irr.mtm  ai-tivefhp- 
flop  configui  a-tion 

The  same  applies  tn  the  (.^IIANGK  I'UNf  .TlUN  ?. 
switch  rmally,  in  its  standatd  voimou,  thu  Hluttronii  o 
A/'Shas  aproteLtiimto  dvoid  dcadr;ntdlrnuveraoiit%  it 
the  mastet  switch  is  put  nu  ON  while  the  joystirk  is  not 
in  zero  position,  the  whoeldiair  does  notniovn  at  all 
To  operate  the  mntnrs  it  is  rxei.esidry  to  |.J,obji  ktn  the 
zero  position  loi  .i  shutt  while  dinl  then  oiicrate  the 
loystiok  djjain 
RESULTS 

TliB  rnnstrurtion  "f  the  protolyfie  was  meant  tur  the 
actual  possibility  to  use  it  by  Man  n,  who  at  present, 
thanks  to  the  ptac-tit;al  realiiiation  ot  the  /i/iwond  the 
many  small  modifications  performed,  manages  tu 
(outri)lthe  variations  in  positioti  and  tu  move  atoutid 
by  himselt,  thus  roitciiilij'  a  greatet  peisoiiai 
independence  than  before 

Pdse  criterion  tor  out  action  was  to  seat  rh  the  hii'hest 
construction  se.inplialy  as  possible,  and  at  the  same 
time  tlie  reali/Mtiori  ot  all  the  safety  systems  nei  es'idty 
to  I'.rarit  Man  n  .iriil  his  t.itiiiiy  cuiitiriem  e 


DISCUSSION 

Adaptinf.  and  installing  the  mechanic  and  electronic 
components  required  about  two  days 
Iha  training  took  about  one  hour,  needed  to  explain 
the  user  the  different  functions  of  the  components  and 
tofeel  completely  comfortable  about  the  positioningof 
the  different  switches 

Mateo  immediately  started  to  drive  the  wheelchair, 
with  a  good  control  of  the  movements  even  in  the 
relatively  small  space  at  nis  disposal 
(Construction  costs  for  theprototype  are  about  6,500. 00 
U  SD  tor  difterentraatenals,  construction  and  instattation 
of  the  second  joystick,  later  modifications  performed 
onto  the  first  version 

Tri  this  wo  have  obviously  to  ddd  the  cost  of  the 

eleduiiiic  wheelchair,  about  10,500.00  USD  m  its 

standard  version  at  this  date 

Itis  instead  tdther  difficult  to  quantify  the  working  time 

needed  for  the  development  of  the  described 

prototype 

DISCUSSION 

'llie  teterred  costs  cdn  surely  be  reduced  following  a 
tnass  ptoriurtion,  even  limited,  or  dvoidingto  install  a 
second  joystick  and  using  the  one  provided  by  the 
ptoducor 

In  such  a  case  the  mechanic  modification  should  take 
into  accountthe  extractionof  theball-grip  of  thejoystick 
and  the  p  0  s  sibilily  to  mo  ve  ver  tically  the  b  ox  containing 
it;  the  elec-tronicono,  the  installation  of  a  master  switch 
control-ling  a  relais  for  the  polarity  inversion  of  the 
motors 

Tlie  relais  must  be  installed  just  before  the  motors  In 
this  rase  tho  mechanicalcosts  are  kept  unvaried,  while 
the  electiomc  ones  can  be  reduced  to  approx.  250 
USD 
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MECHANICAL  HEAD  SWITCH  RECLINE  INTERFACE 


P2.20 


Chip  Fiske 
Shepherd  Spinal  Center 


ABSTRACT 

The  design  of  a  head  operated  recline  device  as  an 
>.vxpenslve  option  for  use  with  C3-5  level  qnadriplegia 
and  select  clients  with  cerebral  palsy  is  presented.  The 
device  Interfaces  with  the  LaBac  power  recline  system 
and  is  compatible  with  aiyustments  on  the  LaBac 
headrest.  Custom  variations  of  the  device  can  be  made  to 
interface  with  other  types  of  headrests. 

BACKGROUND 

Persons  with  C3-5  spinal  cord  iitJuries  need  to  recline  or 
tilt  for  weight  shifts.  Some  clients  with  severe  cerebral 
palsy  may  also  have  the  need  to  tilt  for  comfort  and 
positioning.  In  some  cases  there  is  a  need  for  an 
inexpensive  head  device  which  will  operate  the  recline  or 
tilt  of  the  wheelchair.  Other  clients  experience  some 
discomfort  with  the  commercially  available  head 
switches. 

STATEMENT  OF  PROBLEM/RATIONALE 
Individuals  who  use  tape  switches  on  the  headrest  are 
faced  with  certain  dilemmas.  These  switches  require  an 
electronic  interface  box  to  operate  the  power  recline 
system.  The  tape  switches  are  expensive  because  they 
require  an  electronic  box  or  interface.  Additionally,  some 
patients  express  discomfort  on  the  buck  of  the  head  where 
tape  switches  are  attached.  The  mechanical  head  switch 
eliminates  the  need  for  tape  switches.  It  attaches  to  the 
existing  headrest  and  interfaces  with  the  toggle  switch 
that  is  standard  with  the  recline  system.  Another 
advantage  of  the  mechanical  head  switch  is  adaptability. 
The  toggle  switch  can  easily  be  remounted  as  an  elbow 
operated  switch  or  a  leg  operated  switch.  This  is  a 
tremendous  advantage  for  quadriplegics  who  regain  some 
arm  movement. 

DESIGN/DEVELOPMENT 

The  concept  for  design  started  with  a  need  for  a  link 
between  the  head  and  the  recline  toggle  switch.  First,  the 
toggle  switch  was  mounted  on  back  of  the  LaBac  headrest 
bracket  at  a  right  angle  to  the  top  plane  of  the  bracket. 
Aluminum  channel  stock  is  then  used  to  link  the  toggle 
switch  with  the  headrest.  This  stock  is  attached  to  the  top 
plane  of  the  bracket  using  the  existing  adjustment  knob 
hole  and  a  5/16  bolt.  The  rest  of  the  head  switch  Is 
customized  according  to  the  type  of  headrest  used.  The 
standard  mount  used  is  for  the  LaBac  headrest.  This 
consists  of  a  fabricated  aluminum  channel  angle  bracket 
with  holes  drilled  for  ai^ustments  up/down  and 
forward/backward.  Attached  to  the  angle  bracket  Is  a  U- 
shaped  bracket  made  of  1/2  inch  aluminum  bar  and 
Kydex  formed  to  fit  the  shape  of  the  headrest  and  the 
liead  of  the  person.  T-foam  Is  used  on  the  ends  of  the  U- 
shaped  bracket  for  comfort.  Precision  is  important  wlien 
fabricating  this  device  so  that  minimal  movement  of  the 
person's  head  is  required  to  activate  the  switch.  To 
enhance  the  devlic,  a  small  on/ofT  switch  can  be  Installed 


In  the  toggle  switch  box  to  activate  and  deactivate  the 
mecliBnlcal  head  switch. 

EVALUATION/DISCUSSION 

The  first  person  evaluated  had  a  C-4  spinal  cord  itjury. 
The  mechanical  head  switch  recline  worked  well. 
However,  position  on  the  head  was  critical  as  we  fi<und 
that  contact  with  the  U-shaped  bracket  could  be  lost 
when  reclining  In  the  LaBac  0-shear  system.  By 
mounting  the  bracket  as  low  as  possible  on  the  top  part  of 
the  head,  this  problem  was  alleviated.  The  next  person 
evaluated  was  a  C-5  iifjury  and  was  a  great  success  with 
the  head  switch.  Finally  we  evaluated  two  pediatric 
patients.  One  had  a  C3-4  iifjury  and  the  other  had  C4 
level  transverse  myelitis.  Both  were  using  tilt-in-  space 
power  chairs.  Tllt-ln-space  works  well  because  the 
contact  point  between  the  bracket  and  the  head  does  not 
change.  In  conclusion,  the  mechanical  head  switch  recline 
can  be  used  in  many  cases  by  following  certain 
guidelines:  use  precision  when  fabricating  the  head 
switch  and  use  careful  positioning  of  the  U-  bracket  on 
the  head. 
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TOWARD  THE  DEVELOPMENT  OF 
AN  ADJUSTABLE  FORWARD  TILTED  SCHOOL  CHAIR 

A.  Shany,  J.  Bowles,  G.  Skidmore,  S.  Ryan, 
The  Hugh  MacMillan  Rehabilitation  Centre 
Toronto,  Ontario,  Canada 


Abstract 

The  objeclive  of  this  project  is  to  provide  a  functional 
seating  solution  for  school  children  who  use 
wheelchairs.  Working  posture  as  well  as  independent 
mobility  and  independent  transfer  to  and  from  the 
chair  are  an  essential  combination  of  functions  not 
offered  by  existing  types  of  school  chairs. 

To  create  a  chair  which  offers  children  the  above 
characteristics,  a  prototype  school  chair  was 
developed.  It  has  an  adjustable  height  to  fit  children 
ages  5-15  and  an  adjustable  seat  angle  of  0°-10° 
forward  tilt.  The  design  also  facilitates  independent 
mobility  through  the  provision  of  castors. 

The  prototype  was  evaluated  with  !he  assistance  of 
seven  students,  their  teachers  and  clinicians,  in  a 
classroom  setting.  The  population  included  children 
with  cerebral  palsy,  spina  bifida  and  head  injury.  The 
children  performed  various  class  activities  such  as 
writing,  reading,  keyboarding,  doing  artwork  while 
seated  in  the  prototype  chair  at  a  variety  of  desks. 

From  the  initial  evaluation,  advantages  of  the  chair 
are:  achieving  an  appropriate  working  posture, 
comfort  of  seating,  independent  self-positioning, 
ability  to  move  about  the  classroom. 

Background 

In  reviewing  the  activities  of  students  in  the 
classroom,  it  was  found  that  students  either  transfer  to 
a  regular  chair  or  remain  in  wheelchairs.  No 
"standard"  chair  was  used:  a  variety  of  plastic  and 
wood  chairs  were  common.  Clinical  team  members 
found  that  functioning  was  inhibited  and  performance 
appeared  compromised  as  a  result. 

School  activities  require  seating  postures  different 
from  those  offered  by  a  wheelchair.  In  a  working 
posture,  the  body  is  reclined  forward  toward  the  desk 
and  the  hands  should  be  able  to  function  (writing, 
keyboarding,  etc.).  While  occupied  with  these  tasks, 
the  student  cannot  easily  use  his  /  her  hands  or 
forearms  to  support  the  upper  body. 

Other  areas  of  concern  voiced  in  discussion  with 
teachers  and  school  therapists  regarding  the  design 


criteria  for  a  school  chair  included: 

The  psychological  effect.  In  regular  schools,  self 
image  among  peers  is  extremely  important  for  the 
student  Disabled  children  would  like  to  sit  just  like 
other  children,  on  a  chair  which  is  similar  to  other 
chairs  yet  having  support  and  comfort  as  needed. 
Since  they  are  in  a  sitting  position  most  of  the  time, 
their  position  is  usually  lower  than  other  children's 
position.  Independence  is  a  part  of  a  child's  social 
status;  it  is  important  to  encourage  independent 
functioning. 

Mobility.  The  student  with  a  physical  disability 
needs,  like  other  students,  to  be  able  to  move  within 
the  classroom.  The  available  classroom  space  is 
limited  and  obstacles  make  it  difficult  to  manoeuvre. 
The  smaller  a  chair  is,  the  better.  This  also  relates  to 
the  psychological  effect  mentioned  previously; 
therefore  the  style  and  appearance  of  the  chair  must 
be  considered. 

Comfort.  The  student  with  a  physical  disability  may 
spend  much  more  time  than  the  able  bodied  student 
in  a  seated  position. 

Development 

Based  upon  the  needs  described  above  and  upon 
research  dealing  with  posture  and  proper 
characteristics  of  school  furniture  (1,2),  a  prototype 
chair  was  designed  which  included  the  following 
characteristics: 

1 )  Adjustable  height  -  Based  upon  ergonometric 
data,  seat  height  is  adjustable  from  13.5"  to  21.0".  A 
simple  mechanism  enables  the  teacher  to  adjust  the 
chair's  height. 

2)  Adjustable  angle  -  There  are  three  optional 
pcisitions  for  the  seat  angle:  0°  (level),  5°  or  10° 
forward  tilt.  Adjusunent  is  done  easily  using  the  same 
mechanism  as  the  height  adjustment. 

3)  Side  supports  -  Built  into  the  chair's  structure 
are  side  boards  which  function  as  hip  supports  and 
help  the  child  maintain  support  in  the  chair.  There  are 
no  forearm  supports:  these  were  found  to  be 
unnecessary  due  to  the  posture  obtained. 
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4)  Mobility  -  Four  castors  are  provided  at  the 
base  of  the  chair  to  facilitate  mobility.  Each  has  a 
built-in  brake  which  can  be  activated  either  by  foot  or 
hand  to  help  position  and  stabilize  the  chair. 

5)  Cushion  -  This  consist  of  a  plywood  base  and 
two  layers  of  foam:  1/4"  thick  high  density 
polyethylene  foam  and  1"  low  density  foam.  The  seat 
cover  is  a  high  friction  naugahyde,  used  to  prevent 
sliding  forward. 

6)  Back  support  -  A  minimal  and  flat  back 
support  is  supplied,  (8"  high)  with  1/4"  high  density 
foam,  with  the  same  finish  as  the  seat  cushion.  Three 
optional  positions  allow  for  a  seat  depth  of  11,"  13," 
or  15". 

7)  Appearance  -  The  chair  is  made  of  laminated 
plywood,  designed  to  match  other  commercial  work 
surfaces  so  as  to  create  a  working  station.  The 
lamination  colour  is  grey;  plastic  trim  is  provided  in 
a  variety  of  colours  as  a  custom  accent  to  the  chair. 

8)  Options  -  A  45°  lap  belt  provides  extra 
security. 

The  seven  subjects  chosen  for  the  study  presented 
with  a  number  of  diagnoses  including:  cerebral  palsy 
(4),  spina  bifida  (1),  and  head  injury  (2).  Subjects 
were  between  the  ages  of  7-12  years.  The  subjects 
were  able  to:  a)  maintain  their  feet  in  supportive 
position;  b)  benefit  from  functional  extension  of  the 
trunk  that  the  chair  imposed. 

Method 

A  "pre-prototype"  chair  was  built  and  critiqued  by 
occupational  therapists.  Following  their  critique 
(different  cushion,  handles,  built-in  brakes),  this 
version  was  modified  to  include  their  suggestions. 

Before,  as  well  as  during  the  evaluation  stage,  the 
teacher  and  the  teaching  assistant  were  instructed  in 
technical  details  such  as  height  and  angle  adjustment. 
Reasons  for  and  advantages  of  the  forward  tilted 
posture  were  fully  outlined. 

Each  student  u-scd  the  seat  for  at  least  one  week. 
Candidates  were  selected  by  the  project  occupational 
therapist,  the  class  therapist  and  teacher.  The  chair 
was  evaluated  in  grade  4-5  with  children  of  10-12 
years  of  age,  and  grade  1-2  with  children  aged  7-8. 


During  the  first  classroom  placement  only  (grade  4- 
5),  the  children  used  the  chair  for  more  than  two 
weeks  each. 

In  both  classes  the  children  performed  various  class 
activities  such  as  writing,  reading,  keyboarding,  doing 
artwork  while  seated  in  the  prototype  chair,  at  a 
variety  of  adjustable  desks. 


No  0'  tesDOnses 


1  3  I  4  t 

not  »t  *ll  v«fy  much 


Figure  1.  Responses  to  the  question:  "Did  the  child 
feel  comfortable  in  the  chair?  " 


No  01  resoor^ses 

n1 


t  t  «  4  > 

not  at  all  very  much 


Figure  2.  Responses  to  the  question:  "Do  you  feel 
the  chair  Improved  the  child's  position?" 

Results 

All  children  selected  for  the  study  willingly  used  the 
chair  during  their  trial  periods.  The  chair  was  used 
all  day  for  intervals  of  30-60  minutes.  All  students 
used  the  5°  forward  tilt.  (It  had  been  recommended 
to  start  at  10°,  and  if  such  an  angle  proved  too 
difficult,  move  to  5°).  All  responses  regarding  the 
appearance,  weight  and  stability  of  the  chair  were 
positive.  Results  of  the  evaluation  are  quantified  in 
Figures  1-2. 
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Conclusions 

Results  of  initial  evaluation  showed  that  advantages 
of  the  chair  are:  achieving  an  appropriate  working 
posture;  comfort  of  seating;  independent  self- 
positioning;  ability  to  move  more  easily  about  the 
classroom.  Comments  from  staff  were  related  to:  a) 
good  functional  posture,  which  was  described  as 
"upright  positioning",  "keeps  the  child's  midline", 
etc.,  and:  b)  the  ability  to  move  around  the  classroom, 
seen  as  an  advantage  in  all  the  evaluations. 
Recommendations  for  improvement  included:  a  need 
for  handles  when  moving;  a  need  for  friction  on  the 
castors  to  prevent  sliding  on  some  types  of  floors; 
and  a  problem  which  arose  among  the  younger 
children  for  whom  the  side  boards  of  the  chair  were 
too  high  to  fit  beneath  primary  sized  desks  and/or 
tables.  The  need  to  continue  the  development  was 
suggested.  It  may  be  necessary  to  produce  two  sizes 
of  chairs,  for  children  nominally  aged  5-10  years  and 
10-15  years,  because  seating  must  allow  for  height 
adjustment  which  enables  partial  support  as  well  as 
mobility. 
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The  Lordosimeter :  A  New  Method  to  Continuously  Measure  Lxiinbar  Curvature 

in  the  Seated  Environment. 

Hannu  A3arci;ita,    Kevin  P.   Coleman,    Steven  M.  Reinecke 
Vermont  Rehabilitation  Engineering  Center 
University  of  Vermont 


ABSTRACT 

A  unique  tool  has  been  developed  to 
overcome  the  problem  of  measuring  lumbar 
curvature:  The  Lordosimeter .  The  purpose 
of  this  study  was  to  build  a  device  which 
can  continuously  measure  lumbar  curvature 
with  subjects  either  standing  or  sitting 
and  to  validate  the  lordosimeter  with 
templates  and  the  Flexible  ruler  technique. 
Repeated  testing  with  the  templates  of 
known  curvature  indicated  a  linear  relation 
with  accuracy  to  within  0.05  percent.  For 
validation  the  lumbar  curvature  of  twenty 
subjects  were  measured  in  five  defined 
positions.  Results  indicate  that  there 
exists  a  straight  line  relationship  between 
the  output  of  the  lordosimeter  and  the 
flexible        ruler.  The  correlation 

coefficients    for    the    relationship    had  a 
minimum  of  0.96. 

BACKGROUND 

A  better  understanding  of  the  Kinematics  of 
the  Dack  in  seated  postures  should  provide 
insight  into  the  relationship  between 
posture  and  low  back  pain.  Additionally, 
the  ability  to  measure  the  lumbar  spine 
curvature  and  pelvic  .orientation  of  a 
seated  subject  would  provide  the  oasis  for 
improving  seating,  particularly  in  the  work 
environment.  However,  present  techniques 
for  measuring  pelvic  motion  and  lurrhcr 
curvature  are  of  limited  utility  when 
subjects  ure  seated  and  loaning  against  a 
backrest,  since  their  back.'  cannot  be 
observed  or  accessed.  At  the  Vermont 
Rehabilitation  Engineering  Centti  a  unique 
tool  has  been  developed  to  overcoiT.e  the 
problem  of  measuring  lumbar  curvature:  The 
Lordosimeter . 

OBJECTIVE 

The  purpose  of  this  study  was: 

1)  to  build  a  device  which  can  j..nt  inuou:;ly 
measure  luircfcar  curvature  with  subjects 
either  standing  or  sitting; 

2)  to  validate  the  lordosimetei  witf. 
templates  and  the  flexible  luier 
technique . 

MATERIALS 

Lordoalneter 

The  design  criteria  for  the  Lordosimeter 
required  a  noninvasive  devici^  that  would 
continuously  measure  luml^ar  curvatures  with 
.subjects  either  standing  <>i  sittir.g. 
Practical  considerations  that  affected  the 
design  of  the  device  were  the  following: 
1.  The  device  would  have  f.o  overcome  the 
problem  -  l  irioalnilinq  J'.iirJ  .ii  tr,'  I  i.  u  wl.cn 
,1   subH"'t    leari.'i   .ig.iiir!'     i   I  .i k  i  ■  ■   1  ; 


2.  It  would  be  nect   sary  to  affix  a 
transducer  to  the  back,   without  it 
being  affected  by  skin  distraction; 

3.  Shear  forces  between  the  subject's  back 
and  the  backrest    (during  movement) 
would  have  to  be  minimized; 

4.  The  device  would  have  to  be  both  thin 
and  comfortable,  and  could  not  affect 
normal  motion; 

5.  The  device  could  not  be  affected  by 
pressure  deriving  from  the  force  of  the 
back  against  a  backrest. 

The  Lordosimeter  consists  of  several  thin 
layers  of  material  with  an  overall 
thickness  of  5.1  mm.  It  is  25  mm  wide  and 
230  m-n  long.  It  contains  two  strain  gauges, 
that  produce  a  change  in  resistance  when 
either  elongated  or  contracted.  The 
outcome  measurement  is  D.C.  voltage.  A 
lycra  covering  is  used  to  minimize  any 
adhesion  to  the  back. 

Before  testing,  the  subject  is  fitted  with 
the  Lordosimeter.  The  base  is  attached  at 
the  sacrum  at  the  level  of  the  posterior 
superior  iliac  spine  (PSIS)  with  surgical 
tape.  In  full  flexion,  the  lordosimeter 
extends  to  T12.  The  top  portion  of  the 
Lordosimeter  is  held  in  place  against  the 
back  by  a  strip  of  fabric  attached  to  the 
skin  on  both  sides.  This  fabric  "bridge" 
allows  the  device  to  slide  under  it  and 
against  the  skin,  therefore  minimizing  any 
skin  distraction.  As  the  subject's  lumbar 
curve  changes,  the  flexible  ruler,  held 
close  to  the  back,   measures  that  change. 

METHODS  AND  RESULTS 
Validation  with  Templates 

TO  verify  that  the  Lordosimeter  gives  a 
linear  output  for  variations  in  curvatures, 
ten  curved  "templates"  were  fabricated. 
These  templates  ranged  from  a  1500mra  radius 
of  convex  curvature  to  a  1500  mm  radius  of 
concave  curvature.  '  The  Lordosimeter  was 
placed  on  the  template  and  compressed  while 
recording  the  voltage.  Repeated  testing 
indicated  a  linear  relation  with  accuracy 
to  within  0.05  percent. 

Validation  with  Flexible  Ruler 

To  validate  the  Lordosimeter  a  comparison 
to  a  well  known  technique  was  performed. 
The  flexible  ruler  technique  is  the 
National  Institute  for  Occupational  Safety 
and  Health  (NIOSH)  standard  measurement 
technique  for  curvature  of  the  lumbar 
spine.  It  is  described  fully  in  the  "NIOSH 
Low  Back  Atlas  of  Standardized  Tests  and 
Measures".  We  used  a  modified  technique 
de.scribe.l  by  Burton  (1980).  The  examiner 
loc<T,e.'3  the  .".pinouv  prnress  of  S2  and  Tl. 
„::i  TTark,"  the  U'"2tions.  The  flexible  rulei 
ir,    piiicoi   against    the   au)  jeot '  3    back  and 
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The  Lordosimeter 


conformed  to  the  subject's  lumbar  spine  and 
the  landmarks  are  marked  on  the  ruler.  The 
shape  is  then  transferred  to  a  recording 
form.  Tangents  are  drawn  on  the  curves  at 
the  S2  and  T12  points.  The  angles  formed 
by  the  intersection  of  the  tangents  are 
measured. 

twenty  volunteer  subjects  were  recruited, 
10  females  and  10  males. 

For  validav.ion  the  lumbar  curvature  of  each 
subject  was  measured  in  five  defined 
positions : 

1.  Sitting  (spine  in  full  flexion) 

2.  Prone  with  pillows  under  the  stomach 

3.  Flat  prone 

4.  "Semi-cobra" 

5.  "Full  cobra"   (spine  in  full 

extension) 

The  position  "Semi-cobra"  is  the  arched-up 
position  assumed  lying  prone  on  an 
examination  table  while  supporting  the 
weight  of  the  trunk  with  the  elbows  on  the 
table  and  humerus  perpendicular  to  the 
tablo,  pelvis  as  low  as  possible.  "Full 
Cobra"  is  the  maximal  arched-up  posture 
with  elbows  extended  fully. 

Measurements  were  randomized  and  the  values 
of  the  Lordosimeter  and  the  flexible  ruler 
were  recorded  at  the  same  time  in  each 


position . 

Results  indicate  that  there  exists  a 
straight  line  relationship  between  the 
output  of  the  lordosimeter  and  the  flexible 
ruler.  The  correlation  coefficients  for 
the  relationship  had  a  minimum  of  0.96. 

CONCLUSZOMS 

From  this  study  we  have  seen  that  it  is 
possible  to  measure  lumbar  curvature  with 
the  lordosimeter.  The  method  has  been 
shown  to  be  accurate  when  compared  to  the 
standard  measuring  procedure,  the  flexible 
ruler  technique.  It  is  hoped  that  this 
device  will  now  allow  us  to  measure  lumbar 
curvature  in  the  seated  environment. 
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Introduction 

If  wood  were  to  be  used  industrially  as 
the  priaary  construction  material  of 
wheelchairs,  wood  should  impart  many 
available  properties  to  then.  The  ratio 
of  intensity  to  specific  pravity  of 
wood  is  higher  than  that  of  steel. 
Hood  has  superior  heat  retaining, 
hygroscopic  and  sound  absorbing 
properties.  Hhen  a  wooden  wheelchair 
is  used  in  the  home,  it  would  better 
blend  with  the  interior  environment.  It 
will  have  a  more  interior,  soft  and 
warm  inage. 

He  worked  from  this  perspective.  He 
have  developed  an  indoor  wheelchair 
mainly  sade  of  wood,  since  1988.  This 
development  is  near  the  practical  use 
stage  now.  In  this  report,  we  explain 
this  research,  and  clarify  the  problems 
for  practical  use. 

Objectives 

This  development  has  two  aims.  A 
wheelchair  is  a  device  to  aid  walking 
and  it  is  a  chair.  As  the  first 
reuisite,  this  wheelchair  must  have  the 
suitable  functions  and  efficiencies  to 
be  fitted  to  the  interior  environment  in 
the  ho»e  and  aust  have  a  good  interior 
image.  On  the  other  hand,  woods  are 
produced  in  the  respective  districts 
and  are  a  renewable  resource.  If  a 
region  were  to  have  a  woodworking  shop, 
wooden  wheelchairs  for  the  indegenous 
handicapped  may  be  produced  locally. 
Meanwhile,  if  the  already  widely  managed 
producers  of  wheelchairs  at  present 
should  introduce  wooden,  handcrafted 
products,  they  may  produce  wooden 
wheelchairs,  as  a  usual  product  line. 
That  is,  to  say,  the  second  aia  Is  the 
establishient  of  a  production  method. 


Hood  Horking 

He  have  applied  the  laainated  forcing 
technique  to  produce  wooden  parts.  This 
technique  uses  10  -  15  sheets  of 
laminated  wood  about  1.5  na  -  2.0  aa  in 
thickness  attached  by  bonding  with 
adhesive  and  pressed  in  wooden  aolds. 
Beech  was  used.  Beech  has  superior 
bending  properties.  Its  specific 
gravity  is  0.7.  Foraing  pressure  is 
about  15kg/ca'.  Urea  resin  was  used  as 
the  adhesive.  After  foraing,  the  parts 
are  finished  by  plane  or  a  file,  or 
especially  by  lathe.  This  work  was 
done  on  an  experiaental  basis  at  our 
woodwork  studio  in  our  college.  For 
parctical  use,  this  work  willhave  to  be 
done  at  woodworking  shops  that  use  the 
laminated  foraing  technique  in  Japan. 
This  laminated  forming  technique  is 
generally  applied  to  chairs,  tables  and 
furniture  now. 

Outline  of  Hheelchair 

He  started  this  reserch  in  1988.  He 
made  an  original  wheelchair  in  1989. 
This  trial  had  many  problems  for 
practical  use.  Even  since,  improvements 
were  made  one  after  another.  Up  to 
this  point,  we  have  made  it  over  three 
times  on  an  experimental  basis.  Every 
time  we  made  it,  we  experimented  with 
its  use  with  the  aid  of  several 
hadicapped  people.  He  found  many 
points  of  possible  improvement.  Now, 
we  have  approached  to  practical  use 
stage.  He  are  clarifying  production 
desigi:  specification. 

The  outline  of  our  wooden  wheelchair 
finally  produced  is  as  follows: 

(1)  Hooden  parts  by  laminated  forming 
technique  are  frame,  hand  ria,  ara  rest, 
seat  back,  and  seat  bottoa.  Driving 
wheels  and  casters  are  not  wooden  parts 
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and  they  are  available  on  the  market. 

(2)  The  size  of  the  wheelchair  is  970 
BB  in  length,  615  ■■  in  width,  880  db 
in  height.  It  is  capable  of  aaking  a 
SBall  turn.  Its  size  will  be  fitting 
for  an  interior  space.  BottoB  seat 
height  is  about  k30  sa  at  the  center  of 
gravity.  Its  height  is  fitted  to  a  bed. 
toilet,  dining  table  etc. 

(3)  The  wheelchair  couldn't  be  folded 
up.  But,  driving  wheels  can  be  removed. 
The  wheel  chair  will  be  able  to  load 
small  in  a  car. 

(4)  Seat  bottom  and  seat  back  are 
constructed  with  laminated  wooden 
plates  and  cushions.  They  will  give  to 
the  physically  handicapped  good  quality 
and  comfort.  Width  and  length  of  them 
is  deterained  by  body  size. 

(5)  The  frame  size  is  decided  in  a 
sitting  posture.  The  seating  angle  is 
decided  in  a  light  working  posture. 
According  to  the  physically  handicapped 
persons'  requirements,  seating  angle  can 
be  adjusted  from  92  •   to     115  •  . 

(6)  Driving  wheels  and  casters  are 
joined  with  the  wooden  frame,  comprising 
several  metallic  parts,  the  functions 
and  efficiencies  on  driving  will  be 
satisfied . 

(7)  Wooden  hand  rims  have  a  circular 
shape.  They  are  joined  directly  to 
driving  wheel  rims  by  screws.  Their 
sectional  shape  has  been  investigated 
under  the  condition  of  driving  fitness. 

It  is  not  a  simple  circle.  Their 
shape  is  finished  by  lathe  or  numerical 
control  machine. 

(8)  Total  weight  is  about  15  kg  now. 
From  now  on,  lightweigi.  models  will  be 
investigated.  We  suppose  that  its 
weight  will  finally  come  to  about  12  kg. 


Applied  to  the  physically  handicapped 

We  have  felt  from  several  trials  that 
wooden  wheelchairs  will  be  demanded  most 
strongly  by  elderly  people  having 
conditions  or  diseases  of  the  aged  (in 
Japan).  Many  specification^  are 
determinined  by  their  physical 
condition.  Especially,  the  aid  points 
of  contact  are  provided.  Elderly 
people  comprise  on  increasingly  large 
segment  of  Japan's  population.  This 
wherlchair  will  satisfy  their  strong 
demands  in  the  future. 

Strength  of  Woodenparts 

We  tested  the  strength  of  a  laminated 
wooden  frame  and  compared  it  with  the 
strength  of  a  metal  pipe  frame.  Test 
items  are  below. 

a:  Standard  material  testing  of  wi 
tention,  compression,  bending,  shearing, 
and  sparing  tests. 

b:  L-shape  frame  breaking  test. 

c:  T-shape  frame  breaking  test. 

As  a  results,  we  determined  that  a  30  mm 
X  30  mm  sectional  piece  of  laminated 
wooden  frame  is  slightly  stronger  than 
022  mm  and  t  1  .2  mm  of  stainless  steel 
pipe.  We  determined  the  sectional  size 
of  the  wooden  frame  was  30  mmx30  mm. 

Result 

We  have  developed  an  indoor  wheelchair 
mainly  made  of  wood.  As  a  result,  we 
are  on  the  threshold  of  the  practical 
use  stage  now.  The  wooden  wheelchair 
was  finally  found  to  have  suitable 
functions  and  efficiencies  to  fit  the 
interior  environment  of  the  home,  and 
to  have  a  good  interior  image.  Further, 
this  wheelchair  imparts  a  kind 
smoothness  and  warmth  to  physically 
handicapped  peoples'  environment. 
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Discussion 

Wood  such  as  beech,  as  we  obtained,  are 
readily   available   materials  for 
wheelchairs.     Now  we  are  testing  the 
durability  of  the  trial  wheelchair 
finally  produced.      We  suppose  the 
strength  and  durability  of  wooden  parts 
will  not  be  poor  and  practical  use  will 
be  feasible.    The  problen  for  practical 
use  is  production  cost.     The  laminated 
forming  technique   is  rational  for 
industry,  but  it  requires ■ skill  because 
the  properties  of  wood  such  as  beech 
are  not  unifor..    and  the  finishing 
process  requires  craftsmen's  skills. 
We  estimate  the  cost  of  this  wheelchair 
as   about   2,000   dollars   in  Japan. 
Another  problea  for  practical  use  is 
the  establishment  of  a  production  aethod. 
We  have  joined  a  widely  managed  raaker 
of  wheelchairs  with  a  widely  managed 
woodworking  shop  in  Japan. 
For  a  while,  this  production  mothod  will 
be  developed.     In  the  future,  we  want 
to  construct  a  production  method  such 
that  a  local  producer  can  make  the 
wheelchair  using  woods  in  his  area  to 
supply  it  to  local  handicapped  people. 
From  now  on,  investigations  such  as  this 
will  be  necessary. 
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Multi-Functional 
Rehabilitation  Wheelchair  Base 


Abstract 


Ray  Rego  -  larry  Gray 
Rehabilitation  Technology  Center 
Indianapolis,  Indiana 


An  effort  has  been  made  to  develop 
a  wheelchair  mobility  base  that 
deals  with  the  specific  problems 
found  in  rehabilitation  seating  of 
the  non  propelling  population. 
Interference  from  cross  frames, 
push  tubes,  armrests  and  footrests 
has  been  eliminated  by  making  them 
part  of  the  seating  system  rather 
than  part  of  the  wheelchair  base. 


Method 

The  mobility  base  is  comprised  of  a 
rigid  square  tube  truss  frame, 
composite  wheels,  oversized  tires 
and  extra  heavy  duty  brakes. 
Armrest  and  footrest  are  part  of 
the  seating  system  rather  than  the 
mobility  base. 


Construction 

The  frame  is  a  truss  configuration 
made  of  square  tubing.  We  have 
made  models  in  both  steel  and 
aluminum.  The  frame  is  a  rigid 
welded  unit  that  has  a  powder 
coated  finish.  Multiple  axle 
placements  allow  12  to  20  inch 
wheel  diameters  to  be  used.  Eight 
inch  casters  are  standard.  Turning 
casters  can  be  in  the  front  or  in 
the  rear. 

Since  the  chair  is  for  non 
propellers,  we  were  able  to  use 
composite  wheels  with  oversized 
pneumatic  tires.  This  combination 
has  superior  strength  and  ride 
cushioning. 


ruaa^^"''^-  ^^^^  is  a 

rugged  spring  release  model  with  a 

posi?Le'°"^""^  -  i-e 

positive  engagement  to  the  tire. 
This  brake  has  a  long  lever  for 
easy  use  by  the  caregiver. 


The  base  has  a  single  post 
configuration  that  allows  for  the 
quick  change  of  seating  systems. 
Wheelchair,  van  seat,  pediatric  or 
custom  seating  systems  can  easily 
be  mounted  on  this  base.  Seat 
heights  as  low  as  10  inches  are 
possible. 

We  have  also  used  this  base  for 
angle-in-space  configurations.  The 
rigid  frame  and  low  center  of 
gravity  make  this  and  excellent 
combination. 


Conclusion 

Further  design  and  development  is 
planned  for  meeting  the  continuing 
needs  of  the  disabled  population. 
This  style  of  base  has  eliminated 
many  of  the  factors  that  have 
traditionally  caused  interference 
and  problems  with  seating  and 
positioning  goals.  There  are  many 
other  possibilities  we  intend  to 
pursue  in  the  future. 


536 


RESNA  International '92  •  June  6-1 1,  1992 


Rehab  Wheelchair  Ease 


Acknowledgment 

This  work  was  supported  by  the 
Indiana  Department  of  Human 
Services. 

Ray  Rego  -  Larry  Gray 
Rehabilitation  Technology  Center 
6862  Hillsdale  Court 
Indianapolis,  Indiana  46250 


RESNA  International '92  •  June  6-11, 1992 

552 


537 


P2.25 


Multi-Adjustable 
Lateral  Hardware 


Ray  Rego 

Rehabilitation  Technology  Center 
Indianapolis,  Indiana 

Conclusion 


Introduction 

We  have  developed  a  simple  hardware 
system  to  deal  with  the  reoccurring 
problem  of  lateral  pad  placement. 
This  system  allows  for  easy  knob 
adjustment  in  both  the  up/down  and 
in/ out  modes.  When  combined  with 
an  "I"  back,  this  hardware  allows 
great  flexibility. 


This  device  gives  maxim 
adjustment  in  a  manner  that  is  ea 
to  work  with  and  eliminates  t: 
need  for  massive  amounts  of  "te 
nuts,  bolts  or  wrenches  to  ma; 
adjustments.  This  is  of  particul, 
benefit  in  situations  of  changi: 
client  populations. 


Method 

The  system  is  composed  of  a 
vertical  slide  rod,  a  locking  block 
and  a  horizontal  slide  rod  that 
also  connects  the  lateral  pad. 

The  vertical  slide  rod  is  a  flat 
stainless  steel  bar  that  attaches 
to  the  back  of  the  seating  system 
with  only  two  "tee"  nuts.  This 
gives  good  strength  and  maximum 
up/down  movement. 

The  locking  block  is  a  machined 
block  that  locks  the  movements  of 
both  slide  rods  by  the  use  of  a 
friction  knob.  This  allows  easy 
placement  of  the  lateral  pads  by 
the  therapist  without  bolts,  tee 
nuts  or  wrenches.  Permanent 
attachment,  if  desired,  is  a  simple 
matter  of  drilling  two  locking 
holes  and  inserting  spring  pins. 
This  permanent  status  can  also  be 
reversed . 

The  horizontal  slide  rod  is  also 
made  of  stainless  steel.  It  has 
countersunk  holes  for  flush 
mounting  lateral  pads  on  one  end. 
This  mounting  gives  support  to  the 
entire  lateral  pad  making  for  a 
very  strong  mounting.  The  other 
end  of  this  bar  goes  through  the 
locking  bolt  and  gives  a  great  deal 
of  in/out  adjustment. 
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Attachment  Device 
for  Seating  Components 

Ray  Rego 
Rehabilitation  Technology  Center 
Indianapolis,  Indiana 


Introduction 

The  reoccurring  problem  of  changing 
component  placement  and  attachment 
has  been  one  of  the  most 
frustrating  to  therapists  and 
technicians  in  building  seating 
systems.  Tee  nut  placement  is 
limiting  and  time  consuming  and 
difficult  to  change.  This  has  led 
to  the  development  of  an  extruded 
track  system  that  allows  unlimited 
change  of  components  and  straps. 


Method 

This  system  is  composed  of  an 
extruded  aluminum  double  track  bar 
that  mounts  to  the  back  of  a 
seating  system.  This  bar  is 
attached  to  the  seating  system  with 
2-3  1/4-20  tee  nuts  and  1/4-20 
bolts.  Once  attached,  it  allows 
unlimited  attachment  for  seating 
components  such  as  drop  hooks , 
lateral  pad  hardware,  anterior 
straps  and  custom  or  standard 
hardware  items. 

Attachment  to  the  track  bar  is 
accomplished  with  special  square 
nuts  that  slide  into  the  track  bar. 
These  are  for  standard  size  bolts 
1/4-20,    1/4-24,    10-24  and  10-32. 

The  spacing  of  the  tracks  on  the 
track  bar  is  one  inch  center  to 
center.  This  fits  most  of  the 
commercial  hardware  available 
today . 


Conclusion 

This  is  a  simple  device  that  can 
make  the  once  frustrating  task  of 
changing  components  a  simple 
matter.  Clinicians  dealing  with  a 
changing  population  would  find  this 
system  a  useful  tool. 
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The  track  bar  is  extruded  of  high 
grade  aluminum  and  is  black 
anodized  to  be  as  inconspicuous  as 
possible.  It  has  a  profile  height 
of  approximately  1/2  inch.  The 
design  is  extremely  rugged  and  easy 
to  use. 
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Powered  Assisted  Mobility   for  Pre-School  Children  with  Severe  Motor 

Tmpa  i  rmnn  ts 


Pattl  Plac* 
Daniel   0.  Lipka 
Family  Child  Learning  Center 


Abstract 

This  poster  describes  a  project  in 
which  preschoolers  with  multiple 
handicaps  were  given  the 
opportunity  to  use  specially 
adapted  battery-operated  riding 
toys  for   independent  mobility. 

Background 

The  purpose  of  this  poster  is  to 
present  information  on  a  study 
designed  to  provide  opportunities 
to  control   specially  adapted 
commercially  available  powered 
mobility  toys  to  young  children 
with  cerebral  palsy  and/or  multiple 
handicaps  who  are  not  independently 
ambulatory.     The   techniques  used 
and  the   results  obtained   in  this 
study  will  be  presented   in  an 
attempt  to   increase  awareness  of 
mobility  options  for  young 
children. 

Procedures 

This  poster  provides   information  on 
an  innovative  and   relatively  low 
cost  way  of  giving  children  who  are 
severely  handicapped  the 
opportunity  to   independently  move 
around   in  and  explore  their 
environment.  Battery-operated 
riding  toys   (available  at  toy  and 
department  stores)  were  adapted  to 
meet  each  individual  child'«5 
seating  and  postural   support  needs. 
Adaptation  of  the  switch  Interface 
(e.g.,   changing  from  foot  switch  to 
hand  switch)  uas  accomplished  after 
the  appropriate  vehicle  for  each 
child  was  determined.  Appropriate 
adaptations  were  determined  through 
observation,  videotape  analysis  and 
discussion  with  the  child's  motor 
specialist.     All  of  the  children 
were  provided  opportunities  to 
practice  operating   the  vehicles  at 
appropriate  times  th  roughout  their 
morning  preschool   sessions  (e.g., 
to/from  classrooms,    to/from  gym). 
Half  of   the  children   also   took  the 
vehicles  home  on  weekends  and 
vacations.     Data  were  collected  on 
distance  traveled,    the  amount  of 
time   the  child  spent  in  the  toy, 
the  amount  of  time  the  motor  was 
activated  and  the  "driving"  skills 


the  child  was  acquiring.  Baseline 
and  weekly  probe  sessions  were 
conducted  on  a  designated  course  to 
measure  each  child's  progress. 
Specific  intervention  procedures 
were  consistently  provided  between 
probe  sessions.     All   of  the  target 
children  quickly  acquired  the 
ability   to  independently  activate 
the  switch  and  move  the  toy  short 
distances.     The  rate  of  acquisition 
of  sustained  activation  for  long 
distances  and  steering  skills  has 
varied  among  children. 

The  poster  includes  baseline  and 
intervention  procedures,  data 
sheets,   graphs  of  child 
performance,   and  pictures  of  the 
vehicles  outlining  the  adaptations. 

Sumaary 

Currently  preschool  children  with 
severe  handicaps  are  not  routinely 
given  the  opportunity  to  use 
powered  mobility  devices  (e.g., 
wheelchairs)   due  to  factors  of  cost 
and  rate  of  growth.     They  are 
therefore  denied  the  opportunity  to 
independently   interact  with  and 
ex|  lore  their  surroundings. 
Conniercially  available  battery- 
oper.^ted  riding   toys  specially 
adapted   to  meet  the  postural 
support  needs  of  children  who  are 
handicapped  provide  a  more  viable 
means  of  giving  children 
independent  mobility  and  a  chance 
to  participate  in   typical  childhood 
activities. 
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COMPARATIVE  EVALUATION  OF  MAJOR  BRANDS  OF  LEAD-ACID  BATTERIES 


Christian  Lavanchy 
ECRI 

Rehabilitation  Technology  Program 
Plymouth  Meeting,  Pennsylvania,  U.S.A 


Introduction 

The  performance  of  modem  powered  wheelchairs  and 
scooters  has  improved  with  the  development  and 
availability  of  lower-power  electronic  components  and 
better-designed  motor-control  circuits.  While  these 
newer  motorized  vehicles  provide  users  with  more 
freedom  than  ever  before,  a  poor  choice  of  battery 
can  limit  wheelchair  or  scooter  performance. 

While  some  studies  have  provided  generic 
information  about  the  sizing  and  selection  of 
lead-acid  batteries  for  power  wheelchairs  and 
scooters  (5,  1),  no  information  is  currently  available 
for  consumers  regarding  differences  between  battery 
models  on  the  market.  A  comparative  evaluation  of 
lead-acid  batteries  is  one  project  that  has  been 
completed  under  the  auspices  of  a  cooperative 
Rehabilitation  Engineering  Center  (REC)  grant  from 
the  National  Institute  of  Disability  and 
Rehabilitation  Research  (NIDRR). 

Background 

The  prospective  purchaser  of  lead-acid  batteries  for 
powered  wheelchairs  or  scooters  is  often  faced  with  a 
bewildering  array  of  battery  models,  battery  types 
(sealed  or  conventional  electrolyte),  and  battery 
specifications.  As  a  result  of  common  myths  about 
battery  behavior  and  a  widespread  lack  of  knowledge 
about  battery  characteristics  among  powered-vehicle 
users  and  those  that  prescribe  wheelchairs  and 
scooters,  poor  choices  of  battery  are  common.  Such 
choices  are  especially  likely  if  purchasing  decisions 
are  based  primarily  on  the  lowest  price:  a  battery 
may  be  lower  priced  at  the  time  of  purchase,  but  may 
not  be  economical  in  the  long  term.  Poor  battery 
choice  can  result  in  frustration  and  sometimes  in 
costly  frequent  replacement,  since  many  batteries 
cost  in  excess  of  $100. 

Objective 

To  help  fill  the  gap  in  knowledge  about  battery 
selection  and  to  provide  consumers  with  a 
comparison  of  batteries  available  from  major 
manufacturers  for  powered  wheelchairs  and  scooters, 
a  comparative  performance  evaluation  of  Imd  acid 
batteries  was  performed. 

Methods 

Thirteen  deep-cycle  lead-acid  battery  models  were 
obtained  from  5  major  U.S.manufacturers  and 
distributors  for  the  study.  Two  battery  sizes  were 
tested  in  the  evaluation,  22NFs  and  U-ls, 
representing  the  majority  of  batteries  used  in  power 


wheelchairs  and  scooters.  Battery  models  included  in 
the  study  were  of  both  the  sealed  and  conventional 
design  and  ranged  in  price  from  $72.85  to  $160.00. 
These  batteries  were  tested  for  capacity,  service  life, 
energy  density,  and  quality  of  design. 

Battery  capacity  was  tested  using  a  test  method 
adapted  from  the  University  of  Virginia  (UVA).  UVA 
determined  a  series  of  currents  to  be  drawn  from  a 
battery  during  a  cycle  that  is  representative  of  the 
typical  current  demands  on  the  batteries  of 
wheelchairs  during  outdoor  use.  In  our  capacity  test, 
the  cycle  had  a  duration  of  1  min  and  was  repeated 
until  each  battery  was  discharged  to  a  predetermined 
level.  Battery  voltages  were  recorded  as  each  current 
was  drawn  throughout  the  test,  and  battery  voltage 
versus  time  curves  were  generated  from  the  data. 

Using  the  same  test  method  as  for  the  battery 
capacity  test,  the  22NF  batteries  were  discharged 
and  recharged  repeatedly  until  they  could  no  longer 
provide  more  than  one  half  hour  of  service.  Each 
cycle  of  discharge  and  charging  took  place  over  a 
24-hour  period  allowing  adequate  time  for  batteries 
to  fully  recharge.  Battery  discharge  times  were 
recorded  for  each  cycle,  and  discharge  times  versus 
usage  cycle  were  generated  from  the  data. 

The  t>T)ical  energy  densities  of  the  batteries  were 
determined  by  computing  the  watt-hours  each 
battery  was  able  to  produce  in  the  battery  capacity 
test  and  dividing  the  values  by  the  battery's  weight. 
Batteries  that  have  higher  energy  densities 
(watt-hours/kg)  are  preferred  because,  in  theory,  they 
can  provide  more  hours  of  usage  without 
contributing  as  much  to  the  total  weight  the 
wheelchair  must  carry. 

Each  battery  was  also  assessed  for  its  quality  of 
construction  and  how  its  design  affects  care  and 
maintenance.  Features  such  as  carrying  handles  and 
maintenance,  including  the  ease  of  replenishing 
water  when  necessary,  were  considered  in  this 
portion  of  the  study. 

Results 

Battery  capacity  results  obtained  in  this  study  relate 
to  how  long  a  powered  wheelchair  or  scooter  user  can 
expect  to  operate  vehicles  with  the  battery  models 
tested.  Surprisingly  significant  differences  in  hours 
of  usage  were  found,  with  some  models  providing  as 
much  as  twice  as  many  hours  of  operation  as  other 
batteries  of  the  same  size. 

Results  of  the  service-life  test  can  be  related  to  the 
number  of  days  of  use  that  the  powered-vehicle  user 
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can  expect  to  get  out  of  each  battery  model  if  the 
batteries  are  heavily  used  each  day.  Real  battery  cost 
can  be  computed  from  the  results  of  this  test  in 
terms  of  the  cost  of  the  battery  per  hour  of  use. 
Service  life  was  found  to  be  distributed  over  a  wide 
range,  and  when  purchasing  prices  of  batteries  was 
considered,  the  price  per  hour  of  usage  for  the  22NF 
batteries  ranged  from  16  cents  to  85  cents. 


Energy  densities  and  quality  of  construction  and 
design  results  were  found  to  be  significantly 
different,  but  were  perceived  to  be  secondary  to  the 
results  from  the  two  previous  tests  wlien  making 
purchasing  decisions. 

Discussion 

Several  battery  characteristics  should  be  considered 
when  making  a  purchasing  decision.  It  appears  that 
the  two  primary  characteristics  are  the  battery 
capacity  and  service  life.  The  ideal  battery  will 
provide  many  hours  of  reliable  operation  over  many 
days  of  usage  at  a  reasonable  cost.  Unfortunately,  it 
is  not  always  possible  to  find  batteries  that  meet  all 
of  these  criteria.  Some  batteries  exhibit  very  high 
capacities  early  in  their  life,  but  the  capacity  rapidly 
drops  off  with  continued  use.  Consequently,  while 
two  battery  models  may  provide  the  same  number  of 
days  of  usage  (cycles)  before  they  arc  replaced,  one 
battery  may  provide  far  more  capacity  over  its  useful 
life  than  the  other.  The  hours  of  use  versus  cycles  of 
service  curve  and  a  consideration  of  the  battery  price 
may  be  the  most  useful  information  when  choosing 


batteries.  With  these  curves,  the  user  of  a  powered 
wheelchair  or  scooter  can  quickly  see  how  the  battery 
capacity  will  change  over  the  useful  life  of  the 
battery  and  can  estimate  how  many  months  to 
expect  between  battery  replacements. 


5       3       3o        35       i^o      i5  i^o 
cm  PS 

eATTines  wmi  oefrcM.  soivcc  lives  mo  vorf  afrs&r  avuvoc  cataoties 


From  this  study,  it  is  clear  that  the  price  paid  for  a 
battery  should  not  be  the  sole  justification  for  a 
purchase.  Moreover,  users  should  consider  their 
battery  requirements  in  addition  to  costs  per  hour  of 
usage  when  choosing.  For  example,  if  the 
powered-vehicle  user  only  expects  to  use  the 
wheelchair  or  scooter  for  an  hour  a  day,  primarily 
indoors,  almost  any  of  the  batteries  tested  will 
suffice,  and  the  cost  per  hour  of  usage  should  become 
a  prime  consideration.  In  contrast,  the  user  who 
requires  many  hours  of  vehicle  usage  each  day  and 
may  use  commercial  aircraft  for  travel,  is  better  off 
selecting  a  sealed  battery  that  can  provide  long 
hours  of  usage  throughout  its  service  life. 

Below  is  a  list  of  some  factors  specific  to  the  user 
that  should  be  considered  before  purchasing: 

o  How  diflicult  is  it  to  obtain  the  desired  model? 

o  How  many  hours  per  day,  on  average,  will  the 
vehicle  be  used,  and  will  the  use  be  sustained  or 
intermittent? 

o  Will  the  wheelchair  or  scooter  be  used  mostly 
indoors  or  outdoors?  If  outdoors,  over  what  type  of 
terrain  will  it  be  driven? 
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o  How  much  does  the  user  weigh?  (The  total  weight 
of  the  wheelchair  will  influence  the  range  of  travel, 
and,  thus  the  required  battery  capacity.) 

O  What  electrical  accessories  will  be  powered  from 
the  same  batteries? 

O  How  practical  is  it  for  the  user  to  add  water  to 
conventional  electrolyte  batteries  and  provide  other 
eare  and  maintenance? 

o  Does  the  user  fly  when  traveling? 

o  How  expensive  is  the  battery? 

Additional  information  and  a  summary  of  the  specific 
findings  of  the  evaluation  will  be  presented  at 
RESNA 
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Dcsign-For-Handicappcd  Projects  in  a  capstone  Design  Course 


Wayne  W.  Waller  and  Richard  G.  Budynas 
Mechanical  Engineering  Department 
Rochester  Institute  of  Technology 
Rochester,  New  York  14623 


Introduction 

In  order  to  introduce  more  design  into  our  mechanical 
engineering  curriculum,  a  two-course  capstone  design  sequence 
has  been  recently  established.  In  this  non-traditional  course, 
three  to  five  students  work  as  a  design  team  on  open-ended 
projects  to  develop  an  idea  into  a  working  prototype.  Widiin 
the  past  year,  in  cooperation  widi  local  agencies  for  the 
handicapped,  three  projects  were  initiated  which  involved 
devices  to  assist  handicapped  children  and  adults.  A  description 
of  the  design  course  sequence  and  the  development  of  these 
projects  is  the  focus  of  diis  paper. 

Background 

RITs  Mechanical  Engineering  Department  recently  revised  its 
curriculum  to  include  a  required  twenty  week,  two-course 
capstone  design  sequence  in  the  senior  year  of  our  five-year 
cooperative  education  program.  Groups  of  three  to  five 
students  work  in  design  teams  in  an  environment  which 
approximates  an  industrial  setting.  Emphasis  is  placed  on 
teamwork,  and  developing  good  oral,  wnttcn,  and  interpersonal 
communication  skills.  Teamwork  is  carried  out  in  an 
independent  mode  which  fosters  sclf-disclpllne,  self-reliance, 
and  self-confidence.  This  approach  provides  an  opportunity  for 
close  cooperation  with  industry  and  with  local  agencies  for  the 
handicapped. 

In  the  first  ten-week  course,  student  teams  complete  the  final 
design  of  a  mechanical  system.  At  this  point,  each  team  has 
performed  the  appropriate  engineering  analysis  addressing 
functionality,  performance,  cost,  and  manufacturing  including 
detailed  engineering  drawings  to  build  the  prototype.  A  final 
report  containing  this  information  is  submitted  together  with 
an  oral  presentation  to  the  class,  faculty,  and  participating 
outside  organizations.  Each  student  is  required  to  keep  a  bound 
logbook  of  dieir  day-to-day  activities.  All  library  research, 
meeting  minutes,  work  on  design  alternatives,  calculations  and 
engineering  analyses  are  recorded  in  their  logbook.  Students 
find  diat  a  well-maintained  logbook  becomes  a  welcome 
reference  when  writing  their  weekly  and  final  reports. 

In  the  second  ten  week  course,  the  same  students  work  together 
to  build  and  test  a  working  prototype.  Non-working 
prototypes  are  deemed  unacceptable,  and  some  redesign  work  is 
often  required  to  make  their  sy.'ilcms  work.  The  required 
deliverables  for  the  second  half  of  this  course  sequence  are  the 
working  prototype  and  written  interim  and  final  reports.  The 
final  oral  and  written  presentations  will  include  a  performance 
test/demonstration  of  the  prototjTx:.  Students  arc  expected  to 
spend  corLsiderablc  time  in  the  material  processing  shop  during 
the  build  phase  of  their  projects,  and  in  the  labs  during  the 
testing  and  verification  phase  It  is  e,     ted  that  test  fixtures 
will  need  to  be  designed  and  built  as  pan  of  the  testing  phase, 
and  this  should  be  included  in  the  PERT  schedule  of  events  for 
the  project. 


Recently,  some  projects  have  involved  building  assistive 
hardware  for  handicapped  individuals.  This  has  become  a 
source  of  satisfaction  to  those  students  and  faculty  who  have 
been  involved  in  meeting  the  needs  of  these  individuals.  Three 
recent  design-for-handicapped  projects  will  be  briefly  described 
here. 

Motorized  Rocking  Chair 

This  device  was  designed  and  built  by  students  for  handicapped 
children  at  the  Mary  Cariola  Children's  Center,  in  Rochester, 
New  York.  Many  children  with  developmental  disabilities 
have  difficulty  holding  their  heads  upright.  Using  a  rocker 
helps  strengthen  neck  muscles,  and  is  therefore  an  important 
therapy.  Secondly,  handicapped  children  often  have  tense 
muscles  which  can  be  relaxed  with  die  soothing  motion  of  a 
rocking  chair.  Many  of  the  children  at  the  Mary  Cariola 
Center,  although  teenagers,  are  in  many  respects  m.ore  similar 
to  small  children  or  even  infants.  It  is  possible  to  rock  a  baby 
in  our  arms,  or  a  small  child  in  our  laps,  but  this  is  not 
po.ssible  with  a  child  who  is  neariy  the  size  cf  an  adult.  The 
rocker  provides  a  practical  solution. 

At  the  time  that  the  studc-.a  started  this  project,  the  Mary 
Cariola  Cen^<'r  had  a  chair  built  by  a  volunteer  thfi  was  motor 
driven  with  a  variable  suo^i  and  speed,  but  di;e  to  the  nature  of 
his  design,  both  speed  and  stroke  were  also  a  function  of  the 
child's  weight.  The  center  asked  that  the  students  design  a  new 
chair  with  variable  speed  and  stroke  that  would  be  unaffected 
by  the  weight  of  the  child  in  the  chair. 

Figure  1  shows  a  schematic  of  the  chair  during  the  conceptual 
design  phase  which  uses  a  four-bar  suspension  (parts  #1-4)  to 
provide  a  gliding  motion  to  the  user,  rather  than  a 
rocking/pitching  motion.  The  chair  is  driven  from  an  eccentric 
wheel  attached  to  a  DC  electric  gear  motor  (part  #5)  through  a 
second  "four-bar"  linkage  (parts  #5-8).  Variable  speed  is 
provided  by  lengthening  link  f  5  (changing  the  attachment 
position  of  link  #6  on  the  eccenuic  wheel). 

Figure  1  also  shows  how  the  system  was  computer  modeled. 
Note  that  the  model  does  not  contain  revolute  joints 
exclusively  as  docs  the  real  system.  Instead,  spherical  and 
universal  joints  were  employed  to  prevent  the  system  from 
being  mathc-natically  overconslrained.  The  model  .showed  the 
motion  of  the  chair  to  be  smooth  and  gentle  as  required  for  the 
children  who  would  be  using  the  chair. 

Motorized  Rocking  Platform 

When  the  rocking  chair  was  built  and  sub.scqucnUy  tested  at 
the  Center,  it  did  not  meet  all  of  the  customer  requirements. 
iLs  gliding  motion,  in  particular,  was  not  as  pleasing  as 
anticipated.  For  this  reason,  a  second  .student  team  undertook  a 
follow-up  project  to  design  and  build  a  motorized  platform 
whose  mouon  duplicates  that  of  a  rocking  chair.  The  plallorm 
will  be  capable  of  accommodating  a  variety  of  therapeutic 
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fumiturc  in  use  at  the  Center.  Children  sitting  in  their 
furniture  can  be  placed  on  the  pUiform  for  rocking.  Both  head- 
lo-toe  rocking  and  side-io-side  rocking  will  be  provided.  TTiis 
project  is  currently  in  the  build  phase.  A  sketch  from  the 
conceptual  design  phase  i$  shown  in  Figure  2. 

Wheelchair  for  Standing  Applications 

Another  recent  project  worthy  of  note  involved  the  design  and 
conaroction  of  a  wheelchair  that  will  raise  a  seated  person  to  a 
standing  position,  and  yet  still  be  mobile.  This  project  was 
done  with  the  assistance  of  the  Monroe  Devetopmental  Center 
in  Rochester,  New  York.  TTw  intent  here  was  to  allow  the 
user  to  stand  for  purposes  of  being  ■•.ye  level  with  a  client, 
making  a  copy  at  a  copier,  working  ut  a  large  machine  tool, 
writing  on  a  blackboard,  and  numerous  other  everyday 
applications.  The  mechanism  devised  is  gas  spring  assisted, 
and  allows  the  wheefchair  seat  and  back  to  move  upward  with 
the  user  as  the  user  pulls  backward  on  the  arm  rests.  The 
small  upper  handwheels  can  be  rotated  by  the  user  in  the 
standing  position  to  move  the  larger  wheels.  A  sketch  is 
shown  in  Figure  3. 

Conclusion 

The  projects  described  herein  have  been  satisfying  to  all  who 
have  been  involved.  They  have  addressed  the  real  human  needs 
of  handicapped  persons,  and  have  been  a  great  way  to  meet  the 
course  requirements. 
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Figure  2:  Motorized  Rocking  Platform 


Figure  3:  Wheelchair  to  Raise  the  User  to  a  Standing 

Position 


Figure  1:  Motorized  Rocking  Chair  for  Handicapped 
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Abstract: 

The  need  for  maintaining  physical  fitness  for  all  people 
can  hardly  be  overemphasized.  This  need  is  yet  more 
crucial  for  those  who  are  older  and  disabled.  Even 
though  there  exists  substantial  evidence  that  exercise 
and  nwvement  is  capable  of  preventing  the  deterioration 
of  physical  capabilities  and  nx)tor  control,  the  use  of  most 
physical  fitness  equipment  poses  considerable  barriers 
and  risks  to  these  two  groups.  This  paper  discusses  the 
need  for  physical  fitness  and  an  analysis  of  problems 
encountered  by  these  groups  in  using  exercise 
equipment.  It  also  presents  a  case  study  of  one  piece  of 
a  equipment  and  how  a  nx)dification  was  designed  to 
improve  its  usability  arxJ  safety  for  all. 


Background: 

Wellness  related  research  has  indicated  that  physical 
fitness  Is  an  important  component  in  ensuring  a 
physically-active  and  illness-resistant  lifestyle  for  older 
people  and  those  with  disabilities.  Regular  physical 
activity  can  help  these  people  maintain,  repair  and 
improve  their  t>ody.  A  regular  exercise  program  is 
capable  of  Improving  heart  and  lung  endurance,  muscle 
strength,  and  flexibility.  Experts  confirm  that  high 
proportion  of  age-related  decline  is  actually  the  result  of 
inactivity  and  Improper  diet.  Studies  have  shown  that 
regular  exercising  can  slow  down  the  decline  of  age- 
related  neuromuscular  and  sensorimotor  capabilities. 
Exercise  and  movement  has  a  positive  impact  on 
physical  and  mental  well-being  of  people  with  disabilities 
and  exercising  can  retard  certain  changes  that  once  were 
thought  to  be  inevitable  among  these  people. 

Two  basic  types  of  exercise  equipment  are  available  in 
the  martlet:  1)  setups  for  lifting  free  weights,  and;  2) 
variable  resistance  machines.  These  exercise  devices 
are  adjustable,  and  enable  an  exerciser  to  experience  a 
variety  of  conditions  based  on  their  needs  and 
capabilities.  A  quick  review  of  this  equipment  indicates 
that  the  sole  purpose  of  all  available  equipment  is  to 
provide  vigorous  weight  training.  The  equipment  is 
primarily  for  muscle  txjikjing.  Traditionally,  this  equipment 
has  been  used  by  the  young  and  the  beautiful  with  no 
consideration  for  those  people  who  are  older  and 
disabled.  Even  though  these  people  realize  the 
importance  of  exercise,  they  are  usually  discouraged  by 
comparison  with  the  physical  prowess  of  their  younger 
counterparts  (Burdman,  1986). 

There  is  a  great  scarcity  exercise  equipment  for  older  and 
disabled  people.  The  few  that  are  available  In  the  mari^ot 
are  essentially  nwdified  versions  of  traditional  variable 
resistance  machines.  These  devices  focus  primarily  on 
the  needs  of  people  with  mobility  Impairment  and  have 
been  retrofitted  for  wheelchair  users.  Even  though 
these  devices  work  very  well  (or  the  intended  users,  they 
are  user-specific  devices  and  pose  problems  for  other 
non-wheelchair  users. 


Most  existing  equipment  ignores  human  factors 
considerations  for  okler  and  disabled  people.  Operation 
of  these  equipment  by  these  people  can  be  unsafe  for 
them.  For  example,  bench  pressing  necessitates 
pushing  and  balancing  a  heavy  weight  in  the  air.  Those 
with  weak  arm  strength  and  poor  shoulder  joints  are  likely 
to  loose  control  of  the  balancing  weight  and  injure 
themselves.  It  Is  not  uncommon  for  people  to  black  out 
under  heavy  physical  stress  and  drop  the  weight  on  their 
chest.  Hazards  of  freehand  weight  lifting  are  built  into 
variable  resistance  equipment  and  integrated  weight 
lifting  equipment.  For  example,  a  leg  curl  and  extension 
machine  can  cause  knee  injury  to  those  with  poor  knee 
strength  and  others  who  exceed  their  tolerable  limit.  All 
exercise  equipment  puts  considerable  physical  demand 
on  users,  and  none  of  them  incorporate  safety 
mechanisms  to  prevent  injuries  resulting  from 
overreaching. 


An  Accessible  Exercise  Device 

This  is  a  case  study  on  making  a  variable  resistance 
exercise  device  accessible  to  all  people.  The  device  is 
called  a  lat  machine,  and  it  assists  in  the  development  of 
upper  t>ody  muscular  strength.  A  request  to  make  a  lat 
machine  accessible  came  from  an  Individual  who  is  a 
lower  limb  amputee  with  stubs  extending  only  a  couple 
of  inches  below  the  hips.  The  individual,  we'll  call  him 
Jeff,  is  in  his  40's,  and  is  dependent  on  use  of  a 
wheelchair  for  mobility  within  and  outside  his  home. 
Weight  lifting  has  been  his  primary  means  of  maintaining 
physical  fitness.  He  has  a  professional  quality  lat  machine 
at  home.  Both  he  and  his  'able-t>odied'  wife,  say  Kathy 
use  the  machine.  However,  due  to  its  design 
shortcomings,  Jeff  has  been  compelled  to  exercise  at  a 
supervised  gymnasium. 

Lat  machines  provide  controlled  levels  of  upper  body 
exercise  resulting  In  muscular  development  of  arms, 
shoulders,  neck,  and  chest.  Exercising  Involves  lifting 
weights  In  a  seated  position,  by  pulling  down  and 
releasing  an  overhead  bar  connected  to  a  column  of 
weights.  Generally,  the  weights  lifted  exceed  the  user's 
own  body  weight,  and  In  the  absence  of  a  proper  seat, 
the  Inertia  from  the  release  of  weights  tends  to  lift  the 
user  out  of  the  seat.  The  body  Is  kept  In  place  by 
anchoring  the  knees  under  a  horizontal  bar.  The  safety 
and  operational  Implications  resulting  from  this  practice 
are:  1 )  it  necessitates  the  use  of  legs,  and  Is  Inaccessible 
to  many  with  poor  or  no  leg  strength,  and  2)  the  knees 
are  prone  to  Injury  during  times  of  lifting  heavy  weights. 
Since  Jeff  has  virtually  no  legs,  he  cannot  use  the 
machine  independently  at  all. 

The  objective  of  this  project  was  not  to  devekip  a  user 
specific  assistive  product  that  woukl  meet  the  exclusive 
needs  of  the  individual  client.  Since  in  a  way  we  are  all 
disabled,  the  ergonomic  Issues  surrounding  accessibility 
of  this  device,  centered  around  understanding  the 
general  limitations  of  his  wife  as  well  as  specilic 
handicaps  facing  the  person  with  a  disability.  Any  design 
modification  was  aimed  at  benefiting  both  people. 
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Assistive  devices  for  individuals  with  disabilities,  are 
Indispensable  tools  that  allow  independence  in  mobility, 
cotntnunteation,  and  personal  care  (Levy,  1983).  As  an 
alternative,  the  philosophy  of  universal  design  is  based 
on  the  belief  that  ail  environments  need  to  be  accessible 
by  all  people  Including  those  twith  disabilities.  Universal 
design  Itworporates  the  ergonomic  considerations  of 
consumers  with  disabilities  without  compromising  either 
usatjility  or  desirability  by  non-disabled  consumers 
(RingwaW,  1988).  These  products  can  be  aesthetically 
pleasing,  cost  effective,  and  Improve  the  quality  of  life  for 
everyone.  They  reduce  the  need  for  high  cost,  difficult 
to  obtain  and  unreliable  assistive  devices.  Making  a 
product  usable  by  people  with  disabilities  lowers  the 
performance  demands  of  all  users.  This,  in  turn,  makes  it 
easier  for  everyone  to  use. 

In  case  of  the  lat  machine,  it  was  perceived  that  a  product 
capsble  of  independent  use  by  Jeff  would  make  the 
product  easier  and  safer  to  use  by  Kathy  and  others.  The 
design  Issues  surrounding  modification  of  the  lat 
machine  Included: 

1.  determine  what  features  of  the  machine  restricted 
its  access  to  the  disabled  user, 

2.  incorporate  ergonomic  issues  that  were  capable  of 
enhancing  safety  and  easy  operation  of  the 
machine  by  all  users  including  people  with 
disabilities, 

3.  Identify  what  design  features  were  critical  for 
meeting  the  exercise  needs  of  the  user. 

For  example,  Jeff  wanted  the  seat  to  turn  180  degrees. 
This  was  expected  to  assist  him  in  developing  the 
pectoralis  (frontal  muscles)  and  the  trapezuis  (back 
muscles).  Several  innovative  seat  designs  were  studied. 
Their  usefulness  were  evaluated  on  the  basis  of  how  well 
they  secured  an  individual  without  use  of  legs,  how  easy 
they  were  to  operate  and  how  difficult  it  was  to  turn 
around.  For  example,  a  shoulder  support  possibility  was 
explored.  This  was  later  abandoned  because  it  was 
cumbersome  and  there  was  inadequate  space  to 
accommodate  a  support  system  between  the  neck  and 
the  raised  ami  (during  times  of  weight  release). 

The  most  promising  results  were  found  in  securing  the 
pelvis  on  the  seat  by  means  of  an  adjustable  belt  around 
the  waist  (see  fig.  1).  This  method  offered  the  following 
benefits: 

1 )  utilized  a  strong  bone  stmcture  for  weight  transfer, 

2)  allowed  direct  and  vertical  transfer  of  forces, 

3)  freed  the  legs,  and 

4)  eliminated  stress  around  the  knees. 

The  proposed  design  is  a  non-user-specific  seat,  based 
on  the  anthropometric  dimensions  of  a  large  person  (see 
fig  2).  The  new  seat  makes  the  machine  usable  by  all 
people  including  the  elderly,  beginners,  and  those  with 
poor  leg  strength  (see  fig  3). 

The  prototype  is  fabricated  in  reinforced  fiberglass,  and 
is  easy  to  maintain,  repair  and  replace.  For  wheelchair 
users,  the  seat  facilitates  easy  transfer.  There  are  several 
general  safety  features  built  into  this  design.  Two  of  the 
most  Important  are  a  concave  seat  surface  and  a  safety 
belt  for  better  seating  security.  Ail  these  features  benefit 
any  user  of  the  device.  The  design  offers  easier 
operation,  Improved  performance,  and  greater  safely  for 
an. 


Discussion: 

This  project  demonstrates  a  universal  design  approach 
for  exercise  devices.  Only  one  part  of  the  original  design 
needed  to  be  nrxadified  to  provide  extensive  benefits  for 
all  users.  Most  assistive  products  are  a  reaction  to  failures 
in  conventional  design  and  are  Tjand-aid"  solutions  to 
more  complex  problems  (StelnfekJ,  1989).  The  high  cost 


Fig  2 


of  assistive  products  Is  due  low  demand  and  the 
perception  that  these  are  "specialized  products"  to  meet 
the  needs  for  only  a  few.  Generally  developed  to  suit  the 
needs  of  those  making  the  purchase  decision  (e.g.  the 
therapists),  rather  than  the  "consumers"  using  them, 
these  products  are  often  clinical  In  their  appearance,  and 
create  user  alienation,  social  distance  and  stigma. 
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The  capabilities  of  older  atxJ  disabled  people  are  more 
diverse  than  they  are  similar.  For  example,  increasing  age 
produces  even  greater  variability  in  physical  and 
cognitive  capabilities  (Ostrow).  Custom  des'gn  of 
assistive  products  lor  these.p^ople  will  pose  a  major 
burden  to  product  designers,  manufacturers  and 
ultimately  consumers.  Thus  universal  design  makes 
good  design  and  economic  sense.  Universal  design 
products  can  provide  empowerment  for  persons  with 
disabilities  by  maximizing  Independence.  These 
products  can  net  only  tie  functional,  but  they  can  also  be 
beautiful  (Stelnfeld.  Mullick,  id90). 


Conclusion: 

It  shouk)  noted  that  the  seat  design  described  here  is 
only  a  first  step  towards  solving  the  problem.  The  design 
needs  to  bA  lurther  developed  and  tested  to 
accommodate  a  greater  range  ol  users.  Proper  material 
lor  the  seat  needs  to  be  explored  and  manulacturing 
techniques  lor  mass  production  need  to  be  investigated. 
The  usability  ol  the  lat  machine  by  the  older  and  disabled 
adults  needs  to  be  examined  In  depth. 
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Abstract 

Over  the  years,  it  has  become  increasingly  clear  ti^M  the 
switch  is  a  simple  transducer  which  profoundly  affects 
access  to  assistive  and  rehabilitation  technology.  It  has 
also  become  clear  that,  while  the  switch  may  be  a 
simple  transducer,  its  application  is  quite  complex. 
Switch  selection  must  be  made  from  an  array  of  switch 
types  and  styles.  Switches  have  a  wide  variety  of  physi- 
cal features  ranging  from  differences  in  size,  to  pressure 
required,  to  the  degrees  of  freedom  for  activation. 
Switches  also  come  in  combinations,  including  multiple 
switches  and  keyboard  designs.  Wide  varieties  of  elec- 
tronic parameters  now  exist  to  modify  simple  switch 
closure.  All  of  these  advancements  have  made  simple 
switch  use  not  so  simple.  The  understanding  and  appli- 
cation of  switches  has,  in  fact,  become  a  significant 
challenge  to  technology  educators,  in  the  classroom  and 
in  fieldwork  settings.  This  paper  highlights  this  prob- 
lem, introduces  pedagogical  resources,  and  discusses 
the  usefulness  of  this  approach. 

The  Problem 

In  the  Geld  of  assistive  technology,  switches  are  consid- 
ered among  the  simpler  of  the  technologies,  but  this  can 
be  deceptive.  While  it  is  true  that  the  use  of  switches 
for  adaptive  toys  was  introduced  many  years  ago,  and 
simple  switch  construction  brought  many  of  today's 
technologists  into  the  field,  the  superficial  simplicity  of 
switches  and  switch  application  can  be  misleading.  In 
the  areas  of  augmentative  communication  and  com- 
puter access,  for  example,  switches  have  become  quite 
complex.  Electronic  parameters  that  a  technologist 
must  understand  to  optimize  switch  use  include  delay 
times,  recovery  times,  bounce  times,  hold  times,  repeat 
times,  etc.  An  example  of  such  a  multi-parameter  sys- 
tem is  the  AccessDOS  software  (Novak  et  al.,  1991). 
Resources  to  help  technologists  step  through  switch  and 
control  evaluation  also  indicate  the  complexity  (Lee  & 
Tliomas,  1990;  Smith,  1990).  A  technologist  consider- 
ing the  use  of  a  switch  or  multiple  switches  has  many 
dozens  of  inter-dependent  variables  to  consider,  ranging 
from  the  electronic  parameters  mentioned  above,  to 
switch  site  placement,  to  the  physical  attributes  of  the 
switch  as  system  (e.g,  size,  pressure,  excursion,  feed- 
back, etc.)  Academic  and  fieldwork  instructors  of  this 
technology  are  challenged  to  convey  the  increasingly 
complex  set  of  information  to  students. 

In  our  university-based  technology  training  programs, 
we  have  tried  to  respond  to  this  challenge,  but  have  en- 
countered two  pedagogical  barriers.  First,  there  is  no 
standard,  straightforward  listing  of  switch  type'  and 
parameters.  While  excellent  resources  arc  available, 
educational  materials  have  tended  to  be  specific  to  cer- 
tain technology  applications,  and  have  therefore  been 
limited.  More  generic  and  complete  resources  arc 
needed.  Secondly,  when  switch  parameter  concepts  are 
presented  in  written  documents,  they  are  often  difficult 


to  understand.  Many  switch  characteristics  are 
temporal  in  nature,  and  are  therefore  not  easily  com- 
prehensible when  presented  verbally. 

The  Strategy 

An  educational  approach  was  developed  to  address 
these  difficulties  in  teaching  concepts  about  switch  ap- 
plication. First,  we  assembled  a  list  of  switch  charac- 
teristics. We  then  organized  this  information  into  a 
taxonomy  of  switch  parameters  called  the  Swbch 
Parameter  Checklist.  Figure  1  shows  the  main  headings 
of  this  Checklist.  As  can  be  seen,  a  range  of  switch  use 
features  is  included.  Figure  2  shows  the  detail  under 
one  of  the  main  headings. 

To  formulate  this  checklist,  we  reviewed  currently  used 
terminology  and  attempted  to  standardize  the  terms 
used.  The  Lee  &  Thomas  manual  (1990)  on  control  of 
computer-based  technology  for  people  with  physical 
disabilities  was  a  key  resource,  as  this  document  de- 
scribes generic  terminology  for  control  s>'stems.  Also, 
using  the  expertise  of  a  Technology  Interface  work 
group  comprised  of  several  experienced  computer  ac- 
cess and  augmentative  conmiunication  practitioners, 
the  checklist  was  reviewed,  elaborated,  and  refined. 

Secondly,  to  overcome  inadequacy  of  solely  verbal  pre- 
sentation of  information,  we  developed  graphics  to 
illustrate  each  of  the  switch  parameters.  Figure  3  shows 
samples  from  the  Switch  Parameter  Snapshots. 

Figure  1 

Headings  of  Switch  Parameter  Checklist 


Electronic  Parameters 
Physical  Characteristics 
Feedback 

Functional  features 
Locational  Variables 


Figure  2 
Electronic  Parameters  Section  of 
Sivitch  Parameter  CheckUst 


Switch  Resting  (closed,  open) 

Delay  Rate 

Recovery  Rate 

Repeat  Rate 

Averaging/Filtering 

Pulse  Only 

Timed  On 

Latched 

Signal  Transmission  mode 

(pressure,  light,  ultra-wunds,  etc.) 
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Figure  3 

Examples  ftrom  Switch  Parameter  Snapshots 


May,  Slow  Kays: 


Switch  Pr»s»: 
Resulting  Output: 

Switch  Prsss: 
RssuHing  Output: 

Switch  PrsM: 
R«suHlng  Output: 


On: 
Off: 

On: 
Off: 


On: 
Off: 
On 
Off: 


On: 
Off 

O, 
Cii: 


Delay  Off: 


Soma  Delay: 


Extensive  Delay: 


Dagrata  of  Fraadom  In  Activation: 

One  Two  Multiple 


4 


Rocovary,  Bounca  Kaya: 

Switch  Press: 
Resulting  Output: 


On 
Off 
On 
Off 


Recovery  Off: 


Switch  Press: 
Resulting  Output: 

Switch  Press: 
Resulting  Output: 


On 
Off 
On 
Off 


On: 
Off 
On: 
Off: 


Some  Recovery: 


XJL 


Extensive  Recovery: 


Discussion  <tfthe  Switch  Parameter  Checklist 
and  Switch  Parameter  Snapshots 
In  the  past,  we  have  taught  switch  parameters  in  class- 
room, laboratory,  and  fieldworlc  instruction,  in  a  "catcli 
as  catch  can"  fashion.  In  our  technology  training  pro- 
grams over  the  past  two  years,  however,  we  have  begun 
using  a  more  and  more  defined  list  of  switch  character- 
istics and  parameters.  The  Switch  Parameter  Checklist 
and  Swit-'h  Parameter  Snapshots  have  been  formally 
used  this  year  in  several  ways.  First,  instructors  used 
the  checklist  as  a  prompting  system.  Checking  the  list 
has  ensured  that  all  concepts  are  being  covered.  Sec- 
ond, the  Switch  Parameter  CheckUst  serves  as  a  set  of 
learning  objectives  for  students,  and  a  study  guide  for 
examinations.  The  students  mark  off  concepts  as  they 
master  them.  These  documents  have  been  helpful  both 
instructors  and  students  to  standardize  a  knowledge 
base  and  performance  competencies. 

5ic\'eral  limitations  in  using  these  documents  have  been 
observed.  First,  no  standard  terminology  and  defini- 


tions for  switch  parameters  and  characteristic  have  yet 
been  universally  accepted.  While  these  documents  pro- 
vide consistency  and  help  standardize  oiu:  training  pro- 
grams, and  may  well  benefit  other  curricula,  this  specific 
set  may  not  be  optimal  for  everyone. 

Also,  although  students  are  acquiring  some  basic 
knowledge  regarding  the  different  considerations  in 
using  switches,  they  still  need  information  about  the 
best  methods  for  setting  the  adjustable  parameters. 
The  adjustable  switch  parameters  all  interact,  and 
changing  one  parameter  influences  the  settings  of  the 
others.  Very  little  r^earch  has  been  performed  inves- 
tigating these  relationships  and  optimal  settings  of 
switch  parameters.  Students  and  clinicians  new  to  the 
technology  interface  area,  as  well  as  the  field  generally, 
need  more  research  on  this  topic.  Until  more  empirical 
research  can  be  performed  the  switch  application  pro- 
cess will  continue  to  be  based  on  the  clinical  judgement, 
experience  and  intuition  of  those  applying  switches. 

Finally,  these  two  documents  cannot  stand  alone.  They 
are  only  paper-and-pencil  educational  resoiurces.  They 
are  not  an  optimal  educational  format  by  themselves. 
Obviously,  hands-on  clinical  experimentation  with 
switch  parameters  and  characteristics  is  more  desirable 
for  learning  the  application  of  thcje  concepts.  While 
these  two  documents  serve  as  teaching  tools  and  a 
method  for  mastering  basic  information,  the  process  for 
learning  the  psychomotor  skills  needed  for  applying 
switches  remains  a  hands-on  process. 

Implications 

The  Switch  Parameter  Checklist  and  Switch  Parameter 
Snapshots  are  targeted  to  be  teaching  tools  to  fill  a  gap 
that  is  widening  because  of  advances  in  technology.  As 
a  by-product,  however,  these  lists  may  have  other  uses. 
As  a  comprehensive  list  of  factors  which  affect  the  us- 
ability of  switches,  they  form  a  theoretical  taxonomy. 
This  taxonomy  is  testable  by  empirical  research.  Also, 
as  the  assistive  and  rehabilitation  technology  field 
moves  beyond  optimizing  systems  through  clinical  intu- 
ition, we  need  to  research  which  variables  are  most 
important,  and  how  to  set  them  to  provide  the  best 
access  for  people  with  disabilities. 
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Abstract 

Technological  advances  in  power  mobility 
controls  have  made  it  possible  to  use  the 
wheelchair  input  device  (e.g.  sip  and  puff, 
joystick)  to  operate  other  devices.  A  standard 
Nintendo  game  controller  was  modified  to 
interface  with  a  wheelchair  equipped  with 
integrated  mobility  controls.  The  modification 
allowed  two  children  to  control  movement  of 
the  game  characters  using  the  wheelchaifs 
input  device  control,  and  to  control  the  two 
"fire"  buttons  using  two  switches  mounted  to 
either  side  of  the  jaw.  Once  set  up,  minimal 
instruction  was  required  to  teach  the  children 
how  the  system  worked.  Because  they  were 
accomplished  drivers,  so  familiar  with  the 
sensitivities  of  their  wheelchair  controls,  they 
were  immediately  successful. 

Background 

Ivar  is  a  9  year  old  boy  who  had  a  spinal  cord 
injury  (C-2  level)  in  June,  1990,  resulting  in 
complete  quadriplegia.  Keyon  is  a  12  year  old 
boy  who  had  a  spinal  cord  injury  (CI -2  level) 
in  February,  1990,  also  resulting  is  complete 
quadriplegia.  Both  boys  are  ventilator 
dependent,  wear  orthotic  body  support  jackets 
with  built-in  head  supports,  and  have  minimal 
head  motion.  Both  boys  also  use  sip  and  puff 
controls  to  independently  drive  power 
wheelchairs.  The  chairs  are  equipped  with 
mobility  controls  which  allow  the  sip  and  puff 
control  to  operate  as  the  input  device  for  other 
technologies  as  well. 

Objective 

Rehabilitation  Engineering  was  consulted  by 
Recreation  Therapy  for  modifications  that 
would  allow  children  with  high  level  spinal 
cord  injuries  operate  a  Nintendo  video  game 
system. 


Approach 

A  search  was  conducted  to  determine  if  a 
commercially  available  device  could  be 
obtained  which  the  children  could  operate. 
Two  devices  were  found  and  obtained  for 
evaluation:  The  Hands  Free*  controller  from 
Nintendo  of  America,  Inc.,  and  the  Turbo 
Sip/Puff  Joystick  from  KY  Enterprises. 

With  the  Hands  Free  controller,  the  user 
controls  movement  on  the  screen  (left,  right, 
up,  and  down)  with  chin  control  jo-j/stick,  and 
a  separate  sip  and  puff  switch  to  control  the 
start  and  select  buttons  as  well  as  the  "fire" 
buttons,  A  and  B.  The  KY  Enterprises  controller 
uses  a  mouth  held  joystick  to  control 
movement  with  an  integrated  sip  and  puff 
control  to  operate  the  A  and  B  buttons.  Game 
start  and  select  is  controlled  using  two  micro 
switches  mounted  on  the  left  and  right  side  of 
the  face. 

Both  of  the  commercially  available  joystick 
controllers  required  too  much  head  movement 
for  either  boy  to  use  effectively,  although  one 
of  the  boys  was  successful  with  a  Turbo 
Sip/Puff  Joystick  which  was  modified  for  use 
with  the  tongue. 

If  a  wheelchair  has  appropriate  electronics,  the 
input  device  (joystick,  sip  and  puff)  can  be 
used  to  operate  other  devices.  As  stated  above, 
both  boys  have  a  wheelchair  with  these 
electronics,  called  an  integrated  control  system. 
This  allows  the  wheelchair  input  device  to  act 
as  a  switch  to  another  device.  Generally  these 
integrated  systems  have  the  capability  to 
control  four  switches  at  a  time,  one  switch  for 
each  of  the  four  directions:  forward,  left, 
right,  reverse. 
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To  use  most  Nintendo  games,  the  user  needs 
access  to  six  switches  simultaneously:  the  four 
directions  and  the  two  fire  buttons.  Using  an 
integrated  control  system  will  only  allow  access 
to  four  switches  simultaneously,  so  to  use  the 
integrated  system  at  least  two  more  switch 
sites  and  switches  need  to  be  identified.  For 
total  independent  use  (start  and  select),  a  total 
of  eight  switches  need  to  be  identified. 

A  standard  Nintendo  controller  was  purchased 
and  modified  to  interface  with  the  boys' 
Everest  and  Jennings  Marathon  power 
wheelchair's  Dufco  electronics  accessory  device 
port.  This  controller  uses  the  chair's  sip  and 
puff  input  device  to  control  movement  on  the 
screen,  and  two  TASH  Microlite  switches, 
mounted  using  flexible  gooseneck  tubing  on 
either  side  of  the  chin,  to  control  A  and  B 
buttons. 

At  the  time  the  paper  was  submitted,  the 
children  could  not  control  the  start  or  select 
buttons.  A  planned  electronic  modification  will 
allow  a  third  switch  positioned  under  the  chin 
to  act  as  both  the  start  and  select  buttons. 
Additionally,  an  infrared  Nintendo  controller 
has  been  purchased  and  modified  to  allow  a 
wireless  connection  between  the  user  and  the 
Nintendo  game. 

Results/Discussion 

Once  set  up,  minimal  instruction  was  required 
to  teach  the  boys  how  the  system  worked. 
Because  they  were  accomplished  drivers  and 
familiar  with  the  sensitivities  of  their 
wheelchair  controls,  they  were  successful 
immediately.  One  occupational  therapist 
reported  a  note  increase  in  self  esteem  in  one 
of  the  boys  because  he  able  to  operate  the 
game  on  his  own.  Since  the  success  with  the 
Nintendo,  the  children  have  been  using 
integrated  controls  for  other  activities,  for 
example  Morse  code  irout  to  a  computer  and 
using  battery  operated  toys. 


The  use  of  integrated  power  mobility  controls 
offer  certain  individuals  opportunities 
otherwise  unavailable  to  them.  In  this  case, 
the  use  of  integrated  controls  allowed  access  to 
a  video  game  at  a  competence  level  close  to 
their  able-bodied  peers. 
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Abstract 

This  paper  will  describe  and  address  the  question  of  how 
an  individual  with  a  severe  disability  adjusts  the  height 
and  rotational  angle  of  his  or  her  computer  monitor  with 
the  use  of  a  switch.  The  switch  mechanism  can  range 
from  a  pneuma'ic  sip  and  puff  switch  to  any  type  of  micro 
Switch. 

Introduction 

MARLA™  (Mechanically  Actuated  Rotary  Linear 
Adjustable  Aim)  is  a  device  that  will  allow  a  person  with 
a  physical  limitation  to  adjust  his  or  lier  computer  monitor 
independently.  I  recently  read  an  article  eloquently 
stating,  "a  person  in  a  wheelchair  doesn't  have  access 
problems  because  the  person  is  in  a  wheelchair;  the 
person  has  access  problems  because  the  local  movie  the- 
ater doesn't  have  a  ramp."  If  you  sit  back  in  your  chair 
and  think  about  this  for  a  moment  you  will  realize  the 
validity  of  this  statement.  If  our  designers,  engineers,  and 
creative  inventors  would  consider  the  needs  of  all  people 
when  exploring  research  and  development,  most  of  the 
products  they  design  could  be  used  by  persons  with 
disabilities.  There  will  come  a  time  in  our  life  when  we 
will  all  experience  some  sort  of  disability,  some  not  as 
severe  as  others  but  ncvcr-thc-less  we  will  have  trouble 
performing  a  task  in  our  daily  lives  that  was  once 
accomplished  with  case. 

Technology  has  literally  exploded  in  development  over 
the  last  five  years  to  facilitate  independence  for 
individuals  with  disabilities.  The  MARLA^"'  is  a  piece 
of  assistive  technology  that  will  allow  an  individual  with  a 
severe  disability  to  adjust  his  or  her  con'p'iter  monitor 
with  the  use  of  a  Switch.  The  MARL  A™  allows 
adjustment  of  the  monitor  to  accommodate  seating  needs 
and  lighting  issues. 

Design  &  Description  of  the  MARLA'"'" 

We  have  all  heard  the  quotation,  "NECESSITY  IS  THE 
MOTHER  OF  INVENTION."  Webster  defines  Ihe  word 
necessity  as  "Absolutely  required,  indispcn.<iablc,  nc*.<lcd 


to  bring  about  a  certain  effect  or  result,  unavoidably 
determined  by  prior  circumstances  or  conditions."  Many 
of  the  inventions  we  use  today  are  base  upon  this  nine 
letter  word. 

1  have  found  all  types  of  monitor  arms  and  siands  that 
adjust  manually  but  none  that  will  automatically  adjusts 
with  a  Switch.  Below,  in  Figure  1,  is  a  picture  of  the 
MARLAf"!  (Mechanically  Actuated  Rotary  Linear 
Adjustable  Aim). 

The  prototype  of  the  MARLA™  is  made  entirely  of 
stainless  steel.  The  CRT,  or  monitor,  will  sit  on  a  u- 
shapcd  platfoim.  The  platform  base  will  accommodate 
about  90%  of  the  standard  monitors  on  the  maiket,  with  a 
base  of  approximately  thirteen  inches.  The  platform  can 
be  custom  made  tc  fit  oversized  monitors.  I  have  designed 
the  aim  to  cany  moniiois  that  weigh  anywhere  from  1 5  to 
55  pounds.  Underneath  the  metal  u-shaped  platfoim  lies 
the  linear  actuator.  The  linear  actuator  is  electric  and  is  re- 
sponsible for  the  rotary  angle  adjustment  of  the  monitor 
on  a  horizontal  plane  of  the  x-axis.  This  device  was 
intended  for  use  in  home  oi  industry,  any  type  of  linear 
actuator,  electric  oi  pneumatic  can  be  used.  Actuation 
design  would  become  more  in-depth  using  pneumatic  in 
an  industry  setting.  The  platfoim  and  linear  actuaioi  will 
be  attached  to  a  dual  metal  fabiicated  arm.  The  arm  is 
made  of  square  stainless  steel  tubing  and  it  uses  the 
mechanical  advantage  of  four  bar  linkage.  This  arm 
structure  is  not  new.  It  is  actually  similar  to  the  construc- 
tion of  the  human  arm.  The  human  arm  has  two  bones  that 
arc  connected  to  the  joint.  The  radius  and  the  ulna  are 
connected  to  a  hinge  joint  which  is  connected  to  the 
humerus. 

There  is  a  second  electric  linear  actuator  that  is  located 
underneath  the  double  bar  linkage.  This  allows  the  user  to 
adjust  the  monitoi  in  a  sagittal  plane  on  the  y-axis.  The 
linear  actuatoi  is  lun  electrically  by  a  powei  supply. 
Again  depending  on  where  this  device  is  used,  an  electric 
or  pneumatic  actuator  can  be  utilised. 
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Figure  1 

This  assistive  technology  device  can  be  attached  in  many 
different  ways  to  a  work  surface.  I  have  chosen  to  incor- 
porate a  U-shaped  standard  clamping  mechanism  to  secure 
the  MARLA™  down  to  the  work  surface.  A  monitor  can 
weigh  anywhere  from  15  to  55+  pounds.  Therefore  the 
MARLA  arm  should  be  securely  fastened  to  the  work 
surface. 

Most  any  switching  mechanism  can  be  adapted  to  operate 
the  MARLA™.  1  have  chosen  to  run  the  MARLA  arm 
with  a  four-way  joystick.  The  switching  interface  is  easily 
adaptable  to  a  dual  or  four-way  sip  and  puff  switch.  With 
the  MARLAf"!  I  want  to  illustrate  that  persons  with 
severe  physical  limitations  can  have  the  capability  to 
adjust  his  or  her  computer  monitor  independently. 

Control  Interface 

Control  devices  can  be  connected  to  the  MARLA^'" 
using  a  9-pin,  joystick-style  connector.  It  is  wired  with  an 
industry-standard  configuration  (as  defined  by  the  Trace 
Center  and  others).  This  is  to  allow  standard  joystick,  sip 
and  puff  switch,  or  combination  of  four  single  switches 
(using  a  commercially  available  adaptor)  to  be  ca-sily  con- 
nected and  used  to  control  the  movemenis  of  the  unit. 


The  control  devices  are  electrically  isolated  from  the 
motor  circuits  by  control  relays.  This  permits  the  use  of  a 
wider  variety  of  control  devices,  protects  the  user  from 
dangerous  electrical  currents,  and  permits  the  use  of  a  fail- 
safe control  system  hierarchy. 

The  control  logic  is  designed  with  safety  in  mind,  using  a 
pre-sct  lock-out  hierarchy.  If  multiple  switches  are 
activated  at  the  same  time  (as  might  occur  with  some 
input  devices  when  the  user  and/or  object  accidently 
pushes  the  controls),  this  arrangement  only  allows  tite 
safest  movement  to  occur.  If  the  UP  switch  is  one  of  mul- 
tiple switches  activated,  the  unit  will  move  up.  The  order 
of  dominance  of  the  other  switches  is  ROTATE  LEFT, 
ROTATE  RIGHT,  AND  DOWN,  see  figure  2.  In  situa- 
tions of  multiple  switch  activations,  this  hierarchy  results 
in  movements  which  usually  position  the  equipment  away 
from  the  user,  and  moves  the  unit  down  only  if  DOWN  is 
the  only  switch  activated.  Control  interface  design  by  Jeff 
Knitz.  ME:  Lincoln.  NE. 

Future  Plans 

1  am  presently  working  on  making  the  MARLA™  fully 
adjustable.  The  user  will  not  only  be  able  to  adjust  height 
and  rotational  angle,  he/she  will  be  able  to  adjust  tilting 
and  arm  swing.  The  arm  swing  adjustment  will  allow  the 
arm  to  swing  closer  or  farther  away  from  the  the  user. 
Future  plans  for  the  control  interface  will  include  the  use 
of  scanning  and  sequencing  logic  to  allow  full  control  of 
the  device  using  any  combination  of  one  to  eight  switches. 

Summary 

The  MARLA^""  is  an  assistive  device  that  helps  create 
independence  for  a  individual  who  has  some  severe  func- 
tional limitations.  This  arm  has  many  applications  other 
than  adjusting  a  monitor  in  2-  4  directions.  The 
MARLA"^""  can  be  connected  to  a  bed  and  used  as  a 
feeding  device.  The  applications  arc  ",ndlcss.  As  an  inven- 
tor and  a  pcr.son  who  has  a  strong  commitment  to  help 
improve  the  lives  of  individuals  with  disabilities  through 
technology,  1  believe  that  technology  can  help  only  40% 
of  the  problem,  the  other  60%  goes  to  people's  attitudes 
that  restrict  some  individuals  in  having  an  equal  chance  in 
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Control  System  Hierarchy  Diagram 

Is  UP  Signal  present? 
(No) 


(Yes)  ►  Raise  Unit 


IS  ROTATE  LEFT  Signal  present? 
(No) 


(Yes)- 


Rotate  Unit  Lett 


Is  ROTATE  RIGHT  Signal  present? 
(No) 

Is  DOWN  Signal  present? 


(Yes)  ►  Rotate  Unit  Right 


(Yes)- 


Lower  Unit 


Given  a  combination  of  signals,  the  signal  higher  in  the  sequence  will 
dominate,  inhibiting  the  actions  of  signals  below  it. 


Figure  2 


life.  I  warn  lo  end  with  one  lasi  thought  by  Jack  Ried,  a 
human  resource  executive,  who  says:  "A  handicapped 
person  -  given  the  proper  tools  and  support  from  an 
organization-will  overcome  the  debilitating  characteristics 
of  his  or  her  handicap  and  will  tiecomc  equally  as 
productive  as  someone  who  is  not  handicapped," 
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A  Programmable  Light-Tracer 


Dominic  P.K.  Cheng 
Rehabilitation  Engineering  Centre 
Hong  Kong  Polytcdmic 
Hung  Horn,  Hong  Kong 


Abstract 

The  Programmable  Light-Tracer  is  a  portable  device  to 
make  learning  the  motor  skills  required  for  writing  fun.  It 
consists  of  a  matrix  of  21  x  20  light-emitting-diodes(LEDs), 
a  light-pen  and  a  control  box.  The  learner  has  to  follow  a 
blinking  LED  with  the  light-pen  to  complete  a  pattern.  Each 
Ught  traced  is  rewarded  with  a  beep  and  a  pattern  completed 
is  rewarded  with  an  interesting  picture  and  a  tune.  Ten 
patterns  are  built-in  to  teach  the  rudiments  of  writing.  Other 
patterns  can  be  composed  with  the  keypad  on  the  control 
box.  A  Pattern  Composer  software  for  IBM-PC-compatibles 
allows  a  therapist  to  compose,  store  and  retrieve  patterns 
with  ease.  A  composed  pattern  is  transferred  to  the  Ught 
tracer  via  a  printer  port. 


Statement  of  the  prohlem 

The  paper  and  pencil  approach  for  learning  to  write  may  nol 
work  well  for  the  handicapped  with  poor  motor  control  or 
mental  deficiency.  Is  it  possible  to  have  a  device  which 
makes  learning  the  motor  skills  required  for  writing  fun? 


Rationale 

The  Ughl-tracer  is  analogous  to  a  lettering-book.  A 
light-matrix  replaces  the  paper  and  a  ligbf-pen  replaces  the 
pencil  or  pen.  A  pattern  is  displayed  on  the  Ught-matrix 
which  is  traced  by  the  learner  with  the  Ught-pen.  A 
lettering-book  indicates  the  direction  of  writing  by  an  arrow. 
The  order  of  Ughts  turning  on  is  a  more  vivid  indication.  An 
advantage  of  an  electronic  aid  is  that  an  immediate  reward, 
such  as  a  beep,  can  be  provided  for  each  Ught  traced. 

A  PC-based  solution  is  possible.  A  pattern  can  be  shown  on 
the  computer  screen  for  a  user  to  trace  with  a  light-pen.  The 
advantages  of  this  approach  are  the  unlimited  patterns  that 
can  be  produced  and  the  possible  use  of  colour  and  sound. 
The  obvious  disadvantages  are  the  cot'  of  a  PC  and  that 
target  institutions  may  not  have  PCs,  especially  portable 
ones.  Other  disadvantages  are  the  possible  damaging  effects 
of  low  level  ionizing  radiation  from  computer  monitors 
(CRTs),  wrong  orientation  of  the  screen  and  the  need  to 
protect  the  saeen  and  Ught  pen  from  children. 

A  robust  portable  programmable  light-matrix  system  with 
preprogrammed  patterns,  a  light  pen  and  a  printer  interface 
seems  to  offer  a  good  compromise  at  present.  The  light- 
matrix  and  Ught-pen  can  easily  be  made  quite  robust  and 
there  is  no  ionizing  radiation. 


Fig.1  Programmable  Light-Tracer 
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Fig.2  Pre-programmed  patterns 
Design 

Programmable  light-matrix 

The  programmable  light-tracer  consists  of  a  light-matrix,  a 
control  box  and  a  light  pen  (Fig.1).  A  Motorola  MC68705R3 
single-chip  micro-computer  is  used  as  the  controUing 
element. 
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Within  the  limit  of  the  matrix  size,  any  pattern  can  be 
displayed.  For  example,  the  minimum  matrix  size  for 
numbers  and  English  alphabets  is  S;^.  More  than  one 
symbol  as  well  as  better  looking  symbols  can  be  shown  with 
a  larger  matrix  For  reasons  of  flexibility,  aesthetics  and 
readily  available  commercial  5x7  LED-matrices,  twelve 
33mmx53min  devices  are  used  to  form  a  21x20  matrix  The 
matrix  is  enclosed  in  a  box  made  of  PVC  with  a  translucent 
top  of  red  acrylic. 

The  rudiments  of  writing  can  be  represented  by  horizontal 
lines,  vertical  lines  and  slant  lines.  10  patterns,  formed  by 
simple  combinations  of  these  elements,  are  stored  in  the 
micro-computer  (Fig.2). 

Read/write  memory  (RAM)  external  to  the  micro-computer 
is  included  to  allow  programming  of  patterns  using  the 
built-in  keypad.  A  computer  interface  enables  downloading 
of  patterns  from  a  PC  to  the  RAM  via  a  printer  port. 

Able-bodied  persons  use  their  hand  to  position  a  pen  so  that 
it  is  in  a  correct  angle  for  writing.  To  make  this  task  less 
demanding  for  the  handicapped  learner,  the  angle  of  the  tip 
of  the  light-pen  is  adjustable.  The  photosensor  of  the  light- 
pen  is  recessed  in  a  protective  PVC  collar. 

Modes  of  operation  of  the  light-tracer  and  pattern  sources 
are  as  follows:  - 

Operation  mode: 

normal,  demo,  program,  external 
Pattern  source: 

pre-set,  keypad,  external 

The  demo-mode  is  used  to  show  the  user  what  has  to  be 
done.  A  pattern  is  first  selected  by  entering  its  numeric  ID. 
When  the  ENTER  key  is  pressed  the  lights  turn  on  one  after 
another  until  the  whole  pattern  is  displayed. 

In  the  normal-mode,  the  first  light  in  the  selected  pattern 
turns  on  and  blinks.  The  learner  has  to  position  the  light-pen 
over  the  bUnking  light  to  obtain  an  rudible  reward,  in  the 
form  of  a  beep,  and  to  activate  the  next  light  in  the 
sequence.  When  the  learner  completes  a  pattern,  a  tune  is 
immediately  played  and  a  picture  similar  to  that  shown  in 
Fig.3  appears  a  few  seconds  later  to  replace  the  completed 
pattern. 

In  the  program-mode,  a  pattern  can  be  composed  using  the 
keypad.  Each  light  is  specified  by  entering  its  row  and 
column  addresses.  This  is  a  time  consuming  process  and  the 
pattern  is  lost  when  power  is  removed  from  the  light-tracer. 
Once  a  pattern  is  programmed,  it  can  be  used  for 
demonstration  and  tracing. 

The  external-mode  is  used  to  download  patterns  from  an 
external  PC.  Agaui,  once  a  pattern  is  transferred  from  the 
PC  to  the  light-  tracer,  it  can  be  used  for  demonstration  and 
tracing. 


Pattern  Composer 

To  ea.sc  the  problem  of  composing,  storing  and  retrieving 
patterns,    a    Pattern    Composer    was    developed  for 
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Hg3  An  animal  figure  composed  using  the  Pattern 
Composer 

IBM-PC-compatibles.  This  software  displays  a  matrix  and 
user  instructions  on  the  screen  (Fig.  3).  Composing  is  fast 
and  easy.  Cursor-keys  are  fu^  used  to  select  a  light. 
Function-keys  are  then  used  to  timi  the  light  either  on  or 
oft,  and  to  insert  lights  within  a  sequence  if  desired.  Each 
light  to  be  turned  on  is  displayed  as  a  'smiling-face- 
character'.  As  in  the  light-tracer,  a  demo-mode  is  used  to 
run  the  'lights'  on  the  screen.  Once  the  therapist  is  satisfied 
with  the  pattern,  it  can  be  saved  on  disk  and  transferred  to 
the  light-tracer. 


Evaluation 

One  light-tracer  has  been  in  use  in  a  special  school  for  over 
a  year.  Children  like  the  blinking  light  and  beeping  sound,  it 
has  been  treated  as  a  toy. 


Discussion 

The  programmable  light-tracer  has  been  developed  as  a 
robust,  portable  device  for  training  the  motor  skills  required 
for  writing.  It  aims  to  make  learning  to  write  fun  and  safe. 
Initial  reactions  has  been  favourable  but  only  further 
evaluation  in  the  field  will  indicate  whether  this  approach  is 
useful  for  the  assumed  task. 
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BLINKSWITCH:  NE'.V  TECHNOLOGY  FOR  RELIABLE  BLINK  ACTIVATED 
COMMUNICATION  AND  CONTROL 


Jeffrey  J.  Jerome 
VME  Technologies,  Inc. 
Baltimore,  MD 


ABSTRACT 


STATEMENT  OF  PROBLEM 


A  highly  reliable  voluntary  eye  blink  detector  has 
been  developed  which  overcomes  the  problems 
associated  with  blink  activated  comraunication  and 
control.  BlinkSwitch  dramatically  reduces  errors  in 
detecting  voluntary  blinks  while  simultaneously 
reducing  the  time  involved  in  setup  and  adjustment. 
While  the  BlinkSwitch  uses  the  conventional 
methodology  of  measuring  changes  in  infrared  (IR) 
signals  reflected  from  the  eye  to  detect  blinks,  this 
technology  is  improved  by  unique  digital  signal 
processing  techniques.  These  techniques  analyze 
and  differentiate  between  actual  voluntary  blinks  and 
"false  blinks"  caused  by  room  lighting,  involuntary 
blinks,  eye  lashes,  user  fatigue  and  spasms.  The 
BlinkSwitch  is  not  adjustable  and  automatically 
calibrates  itself  to  reduce  the  effort  required  on  the 
pan  of  the  caregiver.  The  completed  BlinkSwitch 
has  finally  made  blink  detection  a  viable 
communication  option  at  a  low  cost. 


BACKGROUND 

Some  individuals  afflicted  with  conditions  such  as 
ALS  and  Locked-in  Syndrome  have  lost  all  voluntary 
motor  skills  except  eye  motion.  The 
communication/control  options  available  to  these 
persons  are  Voluntary  Blink  Detection  (VBD),  Eye 
Motion  Detection  (EMD),  and  various  Opto- 
Electroencephelographic  Techniques  (GET). 
Voluntary  Blink  Detection  is  typically  used  with 
"scanning"  software  to  allow  communication  and 
environment  control.  While  this  method  is  slower 
than  than  the  random  access  EMD  or  GET  methods, 
it  has  always  represented  the  least  complex,  most 
cost  effective  option.  Many  persons  afflicted  with 
these  conditions  are  cared  for  in  a  home  environment 
where  the  complexity  and  cost  of  such  equipment 
must  be  minimized. 

Though  cost  effective,  the  current  generation  of 
analog  blink  detectors  have  proven  highly  frustrating 
for  both  the  user  and  the  caregiver.  User  frustration 
is  primarily  due  to  the  detectors  inability  to  reliably 
detect  voluntary  blinks  leading  to  both  false  positive 
and  false  negatives.  Gf  the  two,  users  are  bothered 
most  by  false  positives  because  they  cause  wrong 
commands  to  be  executed.  Caregivers  have  been 
equally  frustrated  because  this  equipment  requires 
frequent  adjustment  of  the  "blink  threshold"  and 
because  of  the  difficulty  in  physically  aligning  the 
sensor  with  respect  to  the  eye. 


The  problem  we  addressed  was  how  to  create  a  cost 
effective  VBD  which  would  minimize  false  positives, 
be  easy  to  setup  and  require  little  adjustment.  We  felt 
that  if  we  could  solve  these  problems,  both  users  and 
caregivers  would  find  the  VBD  to  be  a  highly 
attractive  solution  for  eye  motion  based 
communication  and  control. 

The  problem  is  further  broken  down  as  follows: 

1)  Determining  the  causes  of  unreliable  blink 
detection  and  finding  cost  effective  solutions  to  these 
problems. 

2)  Reducing  the  caregivers'  burden  in  setting  up  and 
adjusting  the  device  by: 

a.  Reducing  the  time  required  for  initial  set-up 

b.  Reducing  subsequent  adjustments  during  use 

APPROACH 

The  approach  was  A)  to  conduct  experimental 
research  to  isolate  the  specific  problems  with  the 
e.xisting  analog  approach  and  to  B)  design  a  device 
which  incorporates  cost  effective  solutions  to  these 
problems. 

A)  Experimental  Research  into  the  causes  of 
unreliable  performance  in  analog  blink  detection 
systems  isolated  the  following  areas  (in  no  particular 
order)  which  contributed  towards  false  positives  or 
false  negatives  in  blink  detection: 

1)  Detection  Reliability  Issues: 

a.  Variations  in  the  amplitude  of  the  users' 
blinks. 

b.  The  effect  of  eyelashes  which  can 
intermittently  reflect  the  infrared  energy. 
This  was  most  often  manifested  by  "multiple 
activations"  for  a  single  blink. 

c.  Variations  in  outside  sources  of  infrared 
energy  (e.g.  sunlight,  incandescent  lighting) 

2)  Set-up  Reliability  Issues: 

a.  Improper  alignment  of  sensors  with  respect  to 
the  eye. 

b.  Improper  adjustment  of  "blink  threshold". 

c.  Improper  adjustment  of  the  unh'  required  for  a 
blink  to  qualify  as  a  voluntary  blink. 
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B)  Design  Solutions  to  improve  reliability  were 
implemented  by  using  a  microprocessor  to  analyze 
and  process  the  signal  from  the  sensor.  The  same 
microprocessor  provided  a  convenient  method  of 
assisting  the  caregiver  in  set-up  and  adjustment.  The 
specific  design  solutions  are  presented  below: 


Solutions  to  Detection  Reliability  Issues 

1  a)  A  solution  for  amplitude  variations  consists  of  an 
algorithm  which  constantly  updates  the  "blink 
threshold"  based  on  the  weighted  average  amplitude 
of  previous  blinks. 

lb)  A  "hold  off  algorithm  was  implemented  to  keep 
eyelashes  from  inadvertently  reactivating  the 
BlinkSwitch  immediately  after  a  valid  voluntary 
blink. 

Ic)  A  pulsed  infrared  source  is  used  for  illumination 
of  the  eye  by  the  sensor.  The  ambient  IR  radiation 
level  is  measured  when  the  infrared  source  is  off  and 
then  measured  again  when  the  infrared  source  is  on. 
The  ambient  radiation  level  is  then  subtracted  from 
the  level  when  the  infrared  source  is  on,  therefore 
nullifying  the  effect  of  ambient  radiation. 


Solutions  to  Set-up  Reliability  Issues 

2a)  The  solution  to  the  sensor  alignment  issues 
involves  the  following  items;  providing  a  "signal 
strength"  lamp  which  shows  the  operator  the  level  of 
reflected  light;  providing  an  infrared  detector  of 
adequate  "field  of  view"  to  be  tolerant  of  alignment 
errors  while  still  being  narrow  enough  to  make  the 
change  in  reflectance  significant  with  respect  to  the 
background  noise;  and  providing  complete  detailed 
instructions  for  the  alignment  procedure. 

2b)  Automatic  calibration  of  the  "blink  threshold" 
based  on  the  first  blink  with  automatic  "fine  tuning" 
over  subsequent  blinks. 

2c)  A  non-adjustable  time  period  is  used  to 
differentiate  between  a  voluntary  and  an  involuntar>' 
blink. 


DKSIGN  &  DEVELOPMENT 

The  design  and  development  of  BlinkSwitch  was 
unuenaken  with  a  systems  engineering  methodology 
-  in  other  words,  all  of  the  design  features  wers 
assumed  to  be  interactive.  For  example,  our  research 
indicated  that  improper  system  set-up  by  the 
caregivers  was  a  significant  factor  in  lowering  the 
reliability  of  the  device.  Funhermore,  that  feedback 
was  an  important  feature  to  help  caregivers  set-up 


properly.  Our  systems  design  approach  therefore 
included  a  signal  strength  lamp  to  help  the  caregiver 
to  properly  align  the  eyeglass  mounted  sensor  in 
addition  to  the  processing  the  raw  data  from  the 
sensor. 

Figure  1  descr'.bes  the  BlinkSwitch  system.  The 
BlinkSwitch  consists  of  a  Sensor  Assembly  which  is 
mounted  onto  the  frames  of  eyeglasses  (lenses  can  be 
removed  for  those  with  adequate  uncorrected  vision) 
which  is  connected  via  cable  to  a  Control  Box  which 
contains  the  bulk  of  the  electronics. 


Sensor  Assembly  (mounted  on  glasses) 
IR  Detector 


c; 


Pulsed  IR  Emmcr 


>  Cable 


Amplifier 


Amplifier 


A/D  Converter 


Microprocessor 


1  3 

User  Controls 
and  Displays 


Relay 

Switch  Ouipui 
10  Computer 

Control  Box 

Blinkswitch  Block  Diagram 
Figure  1 
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The  Scn?or  Assembly  consists  of  wavelength 
matched  IR  diode  and  IR  detector  with  appropriate 
hardware  for  mounting  and  aiming  these  devices  on 
the  eyeglasses.  The  IR  illumination  is  created  by  the 
IR  diode  which  is  pulsed  under  the  control  of  the 
microprocessor.  The  IR  energy  reflected  back  to  the 
IR  detector  is  proponional  to  the  degree  that  the  eye 
is  closed. 

The  Control  Box  Assembly  analyzes  the  signals  from 
the  sensor  assembly,  handles  user  inputs  and 
displays  as  well  as  providing  the  switched  output 
when  a  Voluntary  Blink  is  detected.  The  signal  from 
the  IR  Detector  in  the  Sensor  Assembly  is  first 
amplified  then  digitized  via  the  D/A  convener  so  that 
numerical  operations  can  ba  performed  and  so  that 
the  signal  level  can  be  "memorized"  for  use  in  the 
algorithms  which  determine  that  a  blink  has 
occurred.  The  Blink  determination  methodology  is 
discussed  in  the  approach  section. 

User-controls  have  been  minimized  to  eliminate 
confusion.  These  controls  consist  of  a  power 
switch,  a  reset  switch,  and  a  bypass  switch  which 
simulates  a  blink  for  caregiver  testing. 

User-displays  utilize  different  color  lights  to  provide 
the  users  with  maximum  feedback  (a  key  feature  in 
increasing  reliability).  These  displays  include:  a 
Power-on  lamp;  a  "Signal  Strength"  lamp  depicting 
the  intensity  of  reflected  IR  from  the  sensor  (for  use 
during  set-up);  a  lamp  which  illuminates  each  time 
that  the  unit  appears  to  have  deiected  a  blink  of  any 
kind;  and  a  lamp  which  lights  when  a  voluntary  blink 
has  been  confirmed. 

The  BlinkSwitch  has  been  designed  to  meet  the 
objectives  of  reliability  and  low  cost  while 
incorporating  attractive  packaging  and  ergonomic 
design  features. 


is  hoped  that  the  increased  reliability  and  ease  of  set- 
up of  BlinkSwitch  will  lead  to  increased  acceptance 
of  blink  detection  technology  for  those  who  can 
benefit  from  it. 


ACKNOWLEDGEMENTS 

The  work  of  Phil  Malone,  Bill  Sachs  and  Bob 
Murphy  in  developing  the  Bl  nkWriter  and  the  later 
BlinkSwitch  systems  is  hfc.eby  acknowledged. 
Tr.ese  gentlemen  performed  the  bulk  of  the  research 
and  development  of  this  device  as  volunteers  in 
Volunteers  for  Medical  Engineering,  Inc.(VME). 


ADDRESS 

Mr.  Jeffrey  Jerome 
VME  Technologies;,  Inc. 
5202  Westland  Blvd. 
Baltimore,  MD  21227 
(410)  455-6395 


EVALUATION 

The  BlinkSwitch  is  currently  going  into  beta  testing 
Early  results  have  been  extremely  encouraging  in 
showing  that  this  approach  may  be  almost  an  order 
of  magnitude  more  accurate  than  conventional  analog 
blink  detectors.  While  the  cost  to  produce  this  unit  is 
somewhat  greater  than  conventional  units,  it  is 
expected  that  this  cost  will  add  no  more  than  $7.'i  to 
the  eventual  retail  price. 


DISCUSSION 

Blink  detection  has  always  been  the  most  (.osi 
effective  method  for  communication  and 
cnvironiiicntal  control  for  those  individuals  whose 
motor  eoordination  is  limited  to  eye/eyelid  motion.  It 
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ABSTRACT 

As  more  persons  with  severe  and  complex 
disabilities  move  into  community  based 
living  situations,  there  are  increasing 
demands  on  technology  to  facilitate 
independence  with  activities  of  daily  living. 
Many  technologies  currently  available  are 
function  specific,  ie.  a  system  to  control 
the  lights  and  a  separate  system  to  operate 
the  telephone.  Each  system  has  its  own  access 
strategy  and  requires  separate  input  switches 
and  sites.  The  Computerized  Home 
Environmental  Control  (CHEC  2)  is  an 
integrated  environmental  control  system 
providing  control  of  256  devices  operating 
from  household  current,  16  single  switch 
functions,  telephone  control  and  108  home 
entertainment  functions  through  the  use  of 
only  two  user  interface  "switches".  The  same 
two  switches  allows  the  user  to  completely 
setup  or  modify  the  system  configuration. 
Basic  emergency  functions  are  battery  backed 
up  in  the  event  of  a  power  failure. 


IltTRODUCTIOH 

Application     of     appropriate     levels  of 
technology  in  conjunction  with  attendant  care 
support  and  more  accessible  housing  allows 
many    persons    with    disabilities    to  live 
independently  in  the  community.  Only  a  few 
years  ago  these  persons  would  otherwise  be 
confined  to  an  institution  and  restricted 
from   maximizing    their    potential.  Limited 
availability  of  attendant  care  time  requires 
persons     with     disabilities     to  utilize 
technology    in    the    community    to  perform 
functions  previously  augmented  by  the  helpful 
hands  of  institut'  aal  health  care  staff. 
However,    many    technologies    developed  to 
perform  environmental  control  functions  have 
focused  on  specific  short  term  needs  and  have 
not    addressed   the    more   global    needs  of 
persons   in   independent    living  situations. 
Operating  characteristics  of  each  piece  of 
technology    are   often    unique   and  exhibit 
generally  poor  correspondence  between  visual- 
perceptual  feedback  and  functions  performed. 
Learning  curves  to  develop  proficiency  with 
such     technology    are     extended     and  are 
adversely  affected  by  cognitive  deficits. 
Accessing  various  functions  through  the  same 


techniques  and  providing  more  personalized 
feedback  greatly  reduces  learning/training 
time. 


BACKGROUND 

The  CHEC  1  firmware  concept  was  developed  in 
1986,  initially  for  the  Muscular  Dystrophy 
(MD)  population,  based  upon  the  Commodore  C64 
personal  computer.  The  complete  system  was 
operated  through  two  interface  "switches" 
selected  and  positioned  for  a  particular 
individual's  needs.  The  user  switches  allowed 
the  user  to  scan  and  select  functions 
presented  in  menus  on  a  video  monitor.  Two 
prototypes  were  constructed;  one  still 
remains  in  use  today.  The  system  function  was 
limited  by  the  computer's  small  memory  size 
and  the  fact  that  it  primarily  controlled 
existing  technology  designed  for  single 
switch  access.  If  the  power  failed,  someone 
had  to  reload  the  software  by  accessing  the 
C64  keyboard.  Field  testing  guided  designers 
to  incorporate  many  new  features  in  the 
development  of  the  CHEC  2. 


THE  CHEC  2 

PHYSICAL  DESCRIPTION 

The  CHEC  2  is  housed  in  a  non-obtrusive, 
table  mount,  19"  enclosure  with  an  internal 
card  cage.  Function  specific  environmental 
control  cards  are  inserted  into  the  rear  of 
the  enclosure,  forming  the  rear  panel.  A 
3.5",  720K,  disk  drive  is  also  mounted  in  the 
rear  panel  where  the  main  program  software 
and  the  user  configuration  information  is 
stored.  All  connections  to  the  CHEC  2  are 
made  via  the  rear  panel.  The  front  panel 
contains  two  lighted  pushbutton  switches 
intended  for  casual  control  of  the  system 
while  the  switch  illumination  indicates  the 
system  is  functioning  correctly. 

Accessories  provided  with  the  CHEC  2  include: 

1)  Monitor/Television 

2)  X-10,  CP290  controller 

3)  Speakerphone 

4)  CSA/UL  AC  adaptor 

5)  PC-XT  keyboard 
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The  CHEC  2 

THE  VISUAL  DISPLAY 

A  monochrome  video  monitor  or  a  black  and 
white  television  is  u'ed  to  display  menu 
lists  of  labels  which  can  be  scanned  and 
selected,  with  a  highlighter  bar,  by  the  user 
input  switches.  The  menu  definitions  are 
illustrated  in  Figure  1.  Only  three  menu 
lists  are  suppl.ed  with  the  software,  the 
MAIN,  PHONE  and  UTILITIES  lists.  All  other 
label  lists  are  created  and  organized  by  the 
user  to  provide  meaningful  correlation  to 
their  personal  applications.  The  additional 
user  lists  may  be  set  up  much  like  a  software 
flowchart  where  one  list  may  branch  to 
another  and  so  on.  The  user  lists  are  stored 
on  the  3.5"  disk  which  is  the  only  limitation 
to  the  number  of  lists  created  (no  one  has 
ever  exceeded  the  disk  capacity) . 


direction  indicator  , 


branch  indicator - 


MAIN  LIST- 


long  list  indicatix, 


TELEPHONE 
■•60T0TVLIST 
•GO  TO  PHONE  LIST 
»60  TO  STEREO  LIST 
*60  TO  LAMPS  LIST 

FAN 

HU-llDlFlER 

•BEDROOM  Things 

DOOR  OPENER 


Figure  1:  A  typical  CHEC  2  Menu. 

The  user  input  switches  normally  perform  scan 
and  select  functions  on  the  lists.  When  the 
user  selects  to  create  or  modify  a  label  on 
a  list,  the  scan/select  switches 
automatically  become  morse  code  switches  to 
enter  label  characters.  After  the  label 
characters  have  been  created  with  morse  code, 
a  morse  code  "carriage  return"  signals  the 
system  to  reiarn  the  switches  to  the  normal 
scan/select  mode.  A  PC-XT  compatible  keyboard 
is  supplied  along  with  the  system,  allowing 
someone  not  familiar  with  morse  code,  to 
setup  or  modify  lists  of  labels  using 
standard  keystrokes. 

A  screen  saver  routine  has  been  biult  into 
the  software  that  automatically  switches  off 
the  menus  when  the  user  switches  have  not 
been  activatef"  for  a  period  of  time.  This 
feature  exte.ds  the  life  of  the  monitor.  Any 
input  switch  activation  returns  the  system  to 
normal  display. 


FUNCTION  SPECIFIC  CARDS 

X-lO/Ultra-4/Single  Switch 

X-10  Homecontrols  Inc.   manufactures  a  widt 


range  of  remote  control  products  for 
household  power  control  including  appliance, 
lamp,  security  and  universal  modules.  The  X- 
10  functions  are  controlled  via  the  X-10 
Model  CP290  which  provides  the,  CSA/UL 
approved,  isolated  connection  between  the 
CHEC  2  and  home  power  lines.  The  hardware  on 
this  card  communicates  with  the  CP290  to 
identify  which  of  the  255  possible  X-10 
modules  to  control  and  whether  the  desired 
function  is  ON,  OFF  or  DIM  (lamp  modules 
only) . 

The  Ultra-4  product  line  is  marketed  through 
Technical  Aids  and  Systems  for  the 
Handicapped  (TASH) .  These  products  are 
controlled  through  ultrasonic  signals  which 
are  generated  by  the  CHEC  2  hardware.  All 
four  frequencies  are  supported. 

There  are  a  wide  variety  of  products  from 
many  manufacturers  which  are  intended  to  be 
controlled  from  a  single  switch.  Some 
examples  might  be  personal  tape  recor'lers  or 
transmitters  for  power  door  openers.  The  CHEC 
2  provides  16  isolated  single  switch  outputs. 


Telephone 

The  CHEC  2  telephone  board  is  intended  to  be 
used  in  conjunction  with  a  commercial 
speakerphone.  The  telephone  board  provides 
Touch  Tone  and  Pulse  dialling.  Direct 
Dialling,  Last  Number  Redial,  Call  Waiting 
and  Call  Hold  functions.  The  software  allows 
the  user  to  create  a  directory  list  of  names 
(which  is  automatically  alphabetically 
sorted)  with  the  actual  telephone  numbers  and 
personal  information  imbedded  behind  the  name 
(much  like  a  card  file).  Dialling  is 
accon-.plished  by  merely  selecting  the  name. 
Power  for  the  speakerphone  is  supplied  from 
a  battery  backup  within  the  CHEC  2  described 
later  m  this  paper. 


Home  Entertainment 

Most  n.odsrn  home  entertainment  systems  are 
available  with  infrared  remote  controls,  but 
their  operation  is  manufacturer  dependent. 
Trainable  infrared  controls  are  available  on 
the  consumer  market  to  reduce  coffee  table 
clutter  of  multiple  infrared  controllers.  The 
CHEC  2  incorporates  a  108  function  trainable 
infrared  control  that  has  provisions  for 
multiple  infrared  beacons.  The  108  functions 
can  be  designated  in  any  nanner  the  user 
requires  for  their  home  entertainment 
conf  igurat ion . 
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The  CHEC  2 
Power  Supply 

The  external  table  top  AC  adaptor  for  the 
CHEC  2  has  multiple  safety  approvals 
including  CSA  and  UL.  The  input  power 
requirements  are  90  to  250  VAC,  50  -  60  Hz 
only  requiring  a  cord  set  change  to  make  it 
compatible  around  the  world.  The  DC  output 
connects  to  the  CHEC  2  POWER  card  and 
supplies  power  to  the  various  electronic 
circuits  in  the  CHEC  2.  The  POWER  card 
charges  an  internal  backup  gel  battery  and, 
during  power  failures,  converts  the  battery 
energy  to  the  appropriate  operating  voltages 
for  the  CHEC  2  including  9  volts  DC  for  the 
external  speakerphone . 


THE  SOFTWARE 

The  software  communicates  with  the  various 
function  cards  over  a  parallel  proprietary 
bus.  The  software  allows  the  user  to  perforin 
sequential  unrelated  functions  from  a  single 
menu  selection.  A  common  desired  function 
might  be  to  MUTE  the  stereo  or  television 
when  answering  the  telephone.  The  user 
creates  a  label  for  this  called  "ANSWER"  and 
then  is  allowed  to  select  any  other  labels, 
previously  created,  to  be  performed.  This 
feature  is  called  PICK  EXISTING  and  the  user 
would  select  ANSWER  THE  PHONE,  MUTE  STEREO, 
and  MUTE  TELEVISION.  The  CHEC  2  performs  the 
new  ANSWER  label  like  a  batch  file. 

The  flexibility  of  the  software  design  allows 
the  user  to  create  function  names  that  are 
personally  meaningful  and  facilitates  rapid 
competency  with  the  CHEC  2. 

The  software  provides  the  user  with  utilities 
for  adjusting  the  menu  scanning  rate  (a 
number  from  1  to  30)  and  the  scan  type  (HOLD, 
STEP  or  AUTO).  Another  utility  allows  setting 
one  or  two  switch  morse  code  and  the  input 
rate  for  one  switch  morse  code.  Auditory 
feedback  is  provided  during  menu  scanning  and 
morse  code  entry  which  the  user  can  adjust 
the  volume  level.  Any  runction  that  the  CHEC 
2  has  been  setup  to  perform  can  be  performed 
as  a  timed  function.  The  TIMER  utility  allows 
the  user  to  establish  events  to  occur  on  a 
weekly  24  hour  basis.  These  can  be  setup 
using  the  PICK  EXISTING  facility. 


board  to  answer  incoming  calif  r  to  dial  the 
operator  for  assistance.  The  second  switch 
now  controls  single  switch  output  II  for 
whatever  the  ui=r  may  wish  to  activate.  The 
internal  backup  battery  will  provide  power 
for  24  hours. 


CONCLUSION 

Two  prototype  CHEC  2  systems  have  been  in 
existence  for  approximately  three  years.  One 
system  has  been  used  in  an  independent  living 
situation  while  the  other  unit  has  been  used 
for  testing  and  demonstration.  There  have 
been  only  minor  problems  which  have  been 
addressed.  The  CHEC  design  has  been 
formalized  and  ten  units  constructed  for 
local  distribution. 

The  CHEC  2  represents  a  top  end  integrated 
environmental  control  system  providing  the 
user  with  a  means  to  rapidly  gain  proficiency 
through  personalized  characterization.  It  is 
anticipated  that  the  CHEC  2  will  have  a 
significant  positive  impact  on  the  quality  of 
life  with  independent  community  living. 
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EMERGENCY  OPERATION 

In  the  event  of  a  power  failure  or  a  hardware 
malfunction,  the  CHEC  2  enters  an  emergency 
mode  of  operation.  In  this  mode  the  two  user 
input  "switches"  become  specific  function 
switches.  One  switch  controls  the  telephone 
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ABSTRACT 

AbleAIDE  is  an  expert  system  designed  to  encourage  disabled 
stixlents  to  take  science  and  technology  courses  by  matching 
assistive  devices  to  the  requirements  of  such  courses.  AbleAIDE 
assists  a  college  counselor  by  proposing  specific  assistive 
devices  or  accommodations  based  iqx>n  an  individual  snident*^ 
disability  and  the  course  task  requirements. 

BACKGROUND 

AbleAIDE  forais  the  core  of  a  research  study  investigating 
methods  to  encourage  more  disabled  students  to  take  science  and 
technology  classes  and  to  consider  a  career  in  science  or 
technology.  Hiis  research  study  is  being  conducted  as  part  of  the 
National  Science  Foundation's  ACCESS  Project. 

STATEMENT  OF  THE  PROBLEM 

Disabled  students  have  been  traditionally  under-represented  in 
science  and  technology  professions.  AbleAIDE  is  an  attempt  to 
make  it  easier  for  a  diaibled  student  to  succeed  in  a  science  or 
technology  course  by  explicitly  defining  the  course  task 
requirements  and  finding  appropriate  assistive  devices  to  aUow 
the  student  to  meet  these  requirements.  The  AbleAIDE  concept 
is  shown  in  Figure  1. 


Figure  1 

APPROACH 


There  are  a  fair  number  of  on-going  projects  that  involve  expert 
systems  or  decision  aids  applied  to  disability  issues.  Further, 
references  throughout  the  literature  indicate  that  this  is  an  area 
for  fruitful  research.  For  example,  in  the  Assistive  Technology 
Sourcebook,  Kathy  Lee  is  quoted  (1):  ""When  only  a  few  options 
[assistive  devices]  existed,  a  trial  and  error  method  or  trying  on 
of  access  systems  was  feasible  and  not  impractical.  With  a 
proliferation  of  access  systems,  it  is  now  necessary  to 
systematically  and  objectively  consider  options  to  detenu  ine 
which  will  best  satisfy  the  user's  needs  and  abilities." 
Unfortunately,  most  of  the  projects  currently  under  deveopmenl 
that  are  relatol  to  device  selection  have  a  very  narrow 
perspective. 


It  appears  that  all  of  the  device  selection  systems  under 
development  or  currently  available  were  forced  to  focus  on  a  very 
narrow  segment  of  disabilities,  tasks  to  support,  atxl/or  assistive 
devices  because  they  attempted  to  make  a  very  specific 
recommendation.  It  seems  possible  that  by  keeping  the 
prescriptive  activity  at  a  more  general  level,  the  expen  system 
might  become  manageable  across  a  wider  ^lectTum.  While  this 
would  not  provide  a  replacement  for  the  professional  therapist,  it 
could  significantly  enhance  the  ability  of  either  a  professional  or 
non-professional  to  locate  a  group  of  devices  Oat  could  then  be 
considered  using  good  old  common  sense.  The  final  selection 
should  be  left  in  the  hands  of  the  disabled  individual  and  the 
counselor  anyway. 

A  critical  problem  in  the  use  of  an  expert  system  for  device 
selection  is  the  type  of  data  available  in  on-line  databases  of 
assistive  technology.  While  there  are  large  numbers  of  devices 
indexed,  the  amount  and  types  of  data  available  for  each  device 
is,  in  general,  insufficient  to  make  a  selection. 

Databases 

There  are  many  assistive  device  databases  currently  available 
which  could  form  the  basis  for  the  device  database  segment  of 
AbleAIDE.  ABLEDATA  and  its  HyperCard  implementation, 
HyperABLEDATA,  contain  the  largest  number  of  devices.  This 
fact  led  us  to  use  ABLED.ATA  as  the  starting  point  for  the 
AbleAIDE  application. 

The  key  deficit  in  all  known  device  databases  is  the  lack  of 
quantified,  specific  attributes  for  each  product  that  would  allow 
direct  selection  of  the  single  best  product  for  a  particular 
application.  In  general,  databases  contain  an  abbreviated 
description  extracted  bom  the  manufacturer's  sales  material.  No 
verification  of  petfotmance  to  these  specifications  is  provided. 
George  Kondraske  (2)  suggests  tltat  buying  assistive  technology 
without  quantitative  performance  data  is  like  "purchasing 
clothing  from  a  catalog  without  size  information."  This  analogy 
can  be  extended  to  show  that  complete  quantitative  information 
is  not  always  required.  For  example,  some  clothing  items  such 
as  handkerchiefs  do  not  require  quantitative  size  information  for 
success.  Also  in  some  cases  only  a  subset  of  quantitative 
information  is  pertinent  For  example,  shoe  sire  is  irrelevant  to 
buying  a  shin.  Even  in  light  of  these  latter  examples,  a 
significant  enrichment  of  existing  databases  in  terms  of 
quantitative  data  or  attributes  is  necessary. 

AbleAIDE  design  concept 

The  most  important  aspect  of  the  AbleAIDE  design  seems  to  be 
the  consistency  of  the  attributes  used  in  the  task  assessment,  the 
capability  assessment,  and  the  device  database.  In  this  section, 
we  present  a  basic  concept  for  a  system  that  takes  advantage  of 
many  of  the  existing  systems. 

Task  and  capability  assessment  concept.  In  general, 
the  task  and  capability  assessments  will  be  conducted  by  asking 
a  scries  of  questions  to  which  the  counselor  and  student  will 
respond.  These  questions  will  be  tailored  to  the  particular  class 
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or  curriculum  desired,  rather  than  to  the  more  general  totality  of 
life's  functions  or  student's  capabilities.  The  rationale  fcx-  this 
limitation  is  depicted  in  Figure  2.  As  shown,  the  capabilities 
required  to  succeed  in  a  college  course  are  a  subset  of  the  total 
individual  capabilities  required  for  life.  Many  of  tliese  life- 
function  capabilities  may  also  be  outside  the  individual's 
personal  capabilities.  Some  may  be  necessary  for  the  individual 
to  live  independently  or  gain  employment  but  are  not  required  for 
his/her  education.  The  most  important  portion  of  the  capability 
space  is  that  segment  required  for  the  specific  class  o:  curriculum 
under  consideration  that  is  outside  the  individual's  capability 
space  (as  depicted  by  the  shaded  portion  shown  in  the  figure). 
Thus,  the  goal  of  the  assessment  activity  must  be  to  determine 
the  content  of  this  shaded  area.  - 


Based  on  this  concept,  it  is  proposed  tliat  the  initial  step  of  the 
assessment  be  the  task  (class  or  curriculum)  assessment  This 
assessment  could  be  performed  off-line  from  the  student 
counselor  session.  Alternatively,  the  capability  might  be 
pres-nt  to  develop  the  task  assessment  during  the 
stude;  ycounselor  session.  Only  high  enrollment  courses  might 
be  developed  off-line,  with  less  ftequently  offered  courses 
developed  as  required.  Once  developed,  the  capability  should  be 
provided  to  store  the  developed  course  assessment  for  future  use. 
In  this  way,  the  catalog  or  database  of  task  descriptions  would 
evolve  over  time. 

In  general,  the  questioning  would  address  skills  by  categories. 
For  example,  general  education  skills,  such  as  reading  a 
textbook,  listening  to  lectures,  taking  notes,  taking  tests,  doing 
homework,  or  asking  questions  in  class  would  constitute  one 
category.  A  second  category  would  be  devoted  to  capabilities 
required  for  a  particular  course.  These  might  include  using  a 
computer  or  working  in  a  chemistry  lab.  The  response  method 
might  be  patterned  after  the  OT  Fact  model,  with  the  answer  to 
each  category  or  subcategory  question  being  one  of:  lolat. 
partial,  or  no  requirement  for  the  particular  skill.  No  additional 
questioning  would  be  tequired  for  a  total  or  no  requirement 
response.  The  no  requirement  response  would  imply  that  the 
.student  would  not  be  required  to  perform  any  of  the  category 
actions.  A  partial  capability  response  would  produce  a  more 
detailed  level  of  questions.  For  example,  if  the  task/course 
required  only  partial  use  of  the  computer,  it  would  be  importimt 
to  know  if: 


1)  using  a  keyboard,  a  mouse  or  other  manipulative  device 

is  required,  or 

2)  whether  seeing  the  screen  is  required,  etc. 

It  may  be  necessary  to  display  the  functional  content  of  a 
category  to  allow  the  counselor  to  make  a  reasonable  assessment 
of  the  total,  partial  or  to  capability  requirement  at  a  given  level. 

The  capability  assessment  for  a  particular  student  would  follow  a 
path  parallel  to  the  course  requirement  assessment  That  is,  the 
question  categories  for  the  capability  assessment  would  be 
consistent  witti  the  course  requirement  assessment  The  system 
will  only  display  those  categories  required  for  the  particular 
course.  For  example,  computer-use  questions  would  not  be 
presented  if  computer  use  was  not  prescrioed  in  the  task 
assessment.  It  is  assumed  that  a  student  profile  based  on  total 
education  capability  or  at  least  general  education  capability 
requirements  could  be  made  once  and  stored.  Using  this  stored 
profile,  the  number  of  questions  could  be  further  reduced.  As  the 
student  takes  more  courses  and  the  profile  becomes  more 
developed,  the  questions  for  a  new  course  would  be  further 
reduced.  There  may  be  a  need  for  a  curriculum-level  assessment 
to  allow  a  high  level  assessment  to  be  performed  before  a  student 
starts  down  a  path  :hat  might  eventually  have  an  insurmountable 
capability  icquiremi  nt.  Even  if  the  decision  was  to  proceed 
down  the  apparently  impossible  path,  the  counselor  and  student 
would  have  an  early  awareness  of  the  future  needs  that  would  be 
the  most  difficult  to  meet.  For  example,  if  special  equipment 
would  have  to  be  fabricated  for  a  particular  course,  sufficient  lead 
time  might  be  gained  through  this  mechanism. 

Database  attribute  concept.  The  database  design  must  be 
attribute  rich.  The  attributes  must  parallel  those  contained  in  the 
task  and  capability  assessments.  That  is,  it  does  no  good  to 
detemiine  that  certain  capabilities  are  required  for  performaiKe  of 
a  given  course  and  then  to  not  be  able  to  search  the  database  on 
those  same  attributes.  Even  with  a  rich,  consistent  attribute  set 
there  may  be  complications  to  overcome. 

The  AblcAIDE  database  needs  to  b;  structured  so  that  any 
product  can  be  allocated  as  many  attributes  as  exist  This 
approach  is  similar  to  that  employed  in  the  Closing  The  Gap 
database  of  assistive  devices.  The  design  starts  with  some 
attribute  categories  to  aid  in  the  design  and  the  organization  of 
information;  however,  these  categories  are  not  restrictive.  That 
is,  a  database  enb7  or  product  can  have  multiple  attributes 
within  any  category.  Thus,  a  product  could,  theoretically,  have 
every  attribute  contained  in  the  database.  Itie  goal  of  this 
approach  is  to  allow  products  that  might  normally  be  viewed  as 
products  for  a  particular  disability  to  match  the  requirements  for 
a  different  disability  or  use  than  generally  considered.  This 
richness  would  be  a  significant  benefit  tor  the  user  of  the 
system. 

It  may  be  valuable  to  include  non-product  accommodation 
techniques  in  the  dalaba-se.  This  is  particularly  true  where  a 
capability  is  required  for  certain  coutses  which  is  not  currently 
met  by  any  product  but  could  be  met  by  some  alternative 
teaching  approach  or  other  accommodation.  For  ewmple,  a 
tutor  or  interpreter  might  tx;  the  optimal  solution  for  a  given 
ta.sk.  rather  ihiii;  iuiy  technological  device. 

DISCUSSION 

Given  the  dcfiniiion  of  the  two  major  components  of  the 
AblcAIDE  sy.stem  described  above,  it  seems  appropriate  to 
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present  an  overview  of  the  proposed  process  flow.  Figure  3 
pictorially  desciibes  the  process  flow. 


Figure  3 

The  process  begins  with  the  student  and  counselor  discussing  and 
arriving  at  a  proposed  course  of  study  or  a  single  course.  The 
system  is  entered  with  a  request  for  information  on  tliat  course  of 
study.  If  a  task  profile  has  been  previously  entered,  the  system 
would  retrieve  it  Otherwise,  the  counselor  is  prompted  to  enter 
the  necessary  descriptive  data  on  the  course  and  that  description 
is  archived. 

The  required  capabilities  for  the  course  are  passed  to  the 
capability  assessment  portion  of  the  program.  If  the  student's 
profile  or  partial  profile  has  been  previously  entered,  the  system 
retrieves  it  and  uses  it  to  make  an  initial  assessment  of  student 
capability  for  the  course.  Note  that  the  profile  could  include 
capability  provided  by  previously  acquired  assistive  technology. 
If  no  student  profile  exists  or  the  profile  is  inadequate  for  the 
particular  task  being  evaluated,  tlie  system  will  prompt  the 
counselor  and  student  for  additional  data  to  complete  the  profile 
as  needed  for  the  task  under  consideration.  It  is  not  intended  thai 
the  complete  profile  of  the  student  be  entered  in  this  real-lime 
setting.  A  possible  off-line  student  profile  entry  capability 
might  be  of  value. 

Once  the  student  ciipabilitics  are  available,  they  arc  compared  to 
the  ta.sk  requirements.  The  deficits  in  this  comparison  sue  tlic 
requirements  that  must  be  met  by  some  means  other  than  the 
.student's  current  capabilities.  If  no  deficits  exist  for  the 
particular  course,  then  no  additional  assistive  technology  or 


accommodation  is  needed  for  the  student  to  attempt  the  course. 
Some  additional  data  may  be  necessary  at  this  point  if  deficits  do 
exist.  In  particular,  data  such  as  the  available  dollars  or  tbs 
interface  requirements  to  existing  student-owned  assistive 
technok)gy,  would  be  required.  These  data  wouM  be  incorporated 
with  the  task  deficit  data  and  used  to  search  the  database  for  a 
product,  products,  or  other  aixonuiodation  technique  that  could 
allow  the  student  to  successfiiUy  attempt  the  course. 

The  results  of  the  database  search  would  be  presented  to  the 
student  and  counselor  along  with  the  results  of  the  overall 
assessment  and  search  process.  The  presentation  would  be  in 
the  form  of  alternatives,  rather  than  a  single  "right  answer."  It  is 
left  for  the  counselor  and  student  to  make  final  decisions 
concerning  which  alternative  to  follow  or  perhaps  to  conclude 
that  all  alternatives  are  infeasible  or  undesirable.  The 
presentation  of  products  should  at  least  present  or  highlight 
differences  among  the  products  presented.  That  is,  some  form  of 
product  strength  and  weakness  profile  for  the  particular 
application  should  be  available  to  the  student  and  counselor  for 
their  decision  process. 

It  is  possible  to  visualize  a  system  whicli  works  with  the  student 
and  counselor  to  determine  which  of  several  options  is  best  by 
asking  for  additional  information.  This  process  would  aid  in 
comparing  one  product  to  another  and  eliminating  those  devices 
thai  do  not  satisfy  the  student. 

A  prototype  of  the  AbleAIDE  system  is  currently  being  built  to 
test  the  thesis  that  the  provision  of  appropriate  assistive  devices 
will  encourage  disabled  students  to  pursue  courses  and  careers  in 
science  and  technology. 
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Abstract 

A  user  interface  design  method,  which  considers  the  user's 
physical  characteristics  and  utilization  features,  was  discussed. 
An  input  device  for  the  physically  handicapped  and  an 
input/output  device  for  the  visually  handicapped,  with  appro- 
priate design  were  developed. 

Development  of  personal  computer  input/output  devices  for 
the  handicapped  is  very  significant,  because  the  devices  allow 
them  to  make  sentences  or  obtain  some  information  while 
using  the  devices.  However,  development  is  very  difficult, 
because  every  handicapped  person  has  his  or  her  own  handi- 
cap part  and  level,  so  a  device,  which  has  a  fixed  interface, 
cannot  cover  many  users'  needs.  Therefi  e,  high  adaptability 
is  demanded  to  make  an  appropriate  user  interface  for  them. 

This  highly  adaptable  user  interface  is  called  a  "Personal  Inter- 
face". The  design  method  was  proposed,  considering  the 
users'  physical  characteristics  and  utilization  features.  Further, 
the  method  was  adapted  to  devices  designed  for  both  the 
physically  and  visually  handicapped,  who  encounter  great 
difficulty  in  using  an  ordinary  personal  computer,  and  the 
"Soft  Keyboard"  and  "Braille  Partner"  were  developed. 


1.  Introduction 

Much  information  can  be  obtained  and  sent  using  a  personal 
computer  (PC),  creating  a  meaningful  life,  owing  to  expansion 
of  information  processing  techniques.  The  physically  or 
visually  handicapped,  however,  find  difficulty  in  obtaining 
these  benefits,  because  they  find  it  very  hard  to  use  the  key- 
board and  see  the  display.  If  they  were  able  to  use  a  PC  very 
easily,  they  could  make  sentences  and  express  their  thoughts, 
even  if  they  cannot  talk.  They  can  obtain  much  information 
using  a  PC  network,  even  if  they  cannot  go  out.  These  actions 
expand  the  worth  of  their  life  and  allow  them  to  study  or  work 
U). 

In  Japan,  MITI(Minislry  of  International  Trade  and 
Industry)  presented  guidelines  for  accessibility  to  Information 
processing  equipment  in  June  1990  [2).  The  guidelines  de- 
scribe 4  kinds  of  aid,  (l)keyboard,  (2)display,  (3)document 
and  (4)supporling  facilities,  to  allow  using  these  equipments 
easily.  Research  on  interface  design  and  input/output  device 
development  in  this  field  are  foreseen  to  be  very  useful. 

2.  Concept  for  developing  better  devices 

The  main  concept  in  developing  input/output  devices  with 
suitable  interface  for  handicapped  persons  is  to  design  a  highly 
adaptable  interface.  Every  handicapped  person  has  his  own 
handicapped  part  and  level,  so  a  fixed  interface  places  limits  on 
the  user.  Moreover,  some  handicapped  person.";  can  change 
llieir  handicap  level. 


Another  concept  is  to  design  an  interface  to  fit  every  use.  If  a 
PC  has  many  software  programs  and  many  usages,  it  would  be 
effective  to  use  an  adapted  interface. 

3.  Personal  Interface  design  method 

The  following  discusses  making  the  highly  adapii'oie  interface, 
called  "Personal  Interface",  craisidering  the  user's  individual 
physical  characterisUcs  and  utilization  features  (3). 

3.1.  Analysis  of  the  user's  physical  characteristics 

This  analysis  was  made  to  enable  classifying  the  users'  actions 
and  movement  capacity  levels,  as  well  as  to  obtain  a  suitable 
interface  at  each  level.  Designing  the  "Personal  Interface" 
was  implemented  to  obtain  an  adaptable  interface,  which  can 
select  and  set  every  interface  easily. 

For  example,  a  user's  key  stroke  ability  level  can  be  classified 
from  their  hand  action,  according  to  whether  they  can  use 
finger,  hand,  and  other  points  of  their  body.  Then,  a  key  input 
method  or  key  size  for  the  keyboard  can  be  decided  which  can 
adapt  to  each  physical  movemenlability  level.  Further,  the 
"Personal  Interface"  can  be  designed  using  these  analysis  re- 
sults. 

3.2.  Utilization  features  analysis 

This  analysis  was  made  to  classify  the  software  use,  and  to 
obtain  a  suitable  interface  on  each  level.  Designing  the 
"Personal  Interface"  was  implemented  to  achieve  an  adaptive 
interface  which  can  also  select  and  set  every  interface  easily. 

For  example,  usage  can  be  classified,  like  reading  a  newspaper 
or  word  selection  from  a  dictionary.  Then,  reading  and  selec- 
tion functions  are  designed  as  an  interface.  Further,  the 
"Personal  Interface"  can  be  designed  using  these  analysis 
results. 

4.  "Personal  Interface"  design  for  handicapped 

An  interface  was  designed  for  the  upper  limb  and  the  visually 
handicapped,  using  the  "Personal  Interface"  design  method. 

4.1.  Interface  design  for  the  upper  limb  handicapped 

it  is  necessary  to  design  an  interface  into  which  data  or  in- 
structions can  be  easily  input,  because  the  handicapped  find  it 
difllcult  to  or  cannot  strike  keys  on  a  keyboard. 

In  an  analysis  on  the  users'  physical  characteristics,  the  per 
son's  key  stroke  action  level  capability  must  be  classified.  An 
analysis  of  the  handicapped  persons  ability  level,  number  of 
controllable  keys  and  a  suitable  interface  are  shown  in  Table 
1 .  If  a  person  can  use  his  fingers,  he  can  strike  a  little  bigger 
key,  so  an  interface  which  strikes  keys  directly  is  suitable.  If  a 
person  can  strike  two  more  keys,  using  his  fist,  an  interface  is 
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suitable  ViAich  can  be  used  to  strike  some  keys  to  select  the 
letter  he  wants  input.  If  a  person  cannot  use  his  hand,  but  can 
control  one  switch,  using  his  breath  or  by  winking  his  eye  etc.. 
an  interface  is  suitable,  which  inputs  when  scanning  the  letter 
he  wants  to  input  "Personal  Interface"  is  to  get  adaptive  inter- 
face which  can  select  and  set  individual  interfaces  easily. 

In  features  utilization  analysis  involves  classifying  software 
use.  An  analysis  of  usage,  software  and  a  suitable  interface  is 
shown  in  Table  2.  The  main  usage  to  allow  the  handicapped  to 
cotmnunicate  by  making  some  sentences.  In  this  case,  the  user 
can  handle  the  word  process  function,  so  the  function  which 
can  easily  select  and  choose  a  Hiragana  (combined  consonant 
and  vowel  Japanese  character)  key.  In  the  case  of  using  math 
education,  a  good  interface  must  be  able  to  input  a  number 
easily.  "Personal  Interface"  is  obtain  an  adaptive  interface, 
which  can  be  used  to  select  and  set  individual  interfaces  easi- 
ly- 

4.2,  Interface  design  for  visually  handicapped 

A  device,  which  can  be  used  to  input  data  very  easily,  because 
of  the  difficulty  in  making  a  key  decision,  and  can  read  text  on 
the  display,  using  some  other  method,  is  effective  for  the  visu- 
ally handicapped. 

In  analysis  of  users'  physical  characteristics,  it  is  possible  to 
classify  handicap  level  and  Braille  usage  level.  Handicap 
level,  biaille  usage  level  and  a  suitable  interface  arc  shown  in 
Table  3.  For  a  person  who  can  hardly  see,  an  interface  using 
voice  or  enlarged  text  is  suitable.  For  a  person  who  cannot  see 
and  docs  not  know  Braille,  an  interface  using  voice  is  suitable. 
A  person  who  know  Braille  can  use  Braille  input/output  inter- 
face and  voice  output  interface.  "Personal  Interface"  is  to 
obtain  an  adaptive  interface,  which  can  select  and  set  every 
interface  easily. 

In  utilization  features  analysis,  the  usage  contents  can  be  classi- 
fied. Usage  and  a  suitable  interface  are  shown  in  Table  4. 
Their  major  uses  are  reading  and  making  sentences,  selecting 
a  word  in  a  dictionary  and  exchanging  information  using  PC 
communication.  Therefore,  reading  and  word  processing 


functions,  looking  up  a  word  function  using  CD-ROM,  and 
PC  communication  function  are  designed  as  an  interface.  The 
"Personal  Interface"  is  to  obtain  an  adaptive  interface,  which 
can  use  every  function  easily. 

5.  Development  of  devices  for  handicapped 

The  authors  developed  an  input  device,  "Soft  Keyboard"  for 
the  upper  limb  handicapped,  and  an  input/output  device. 
"Braille  Partner",  for  the  visually  handicapped,  using  a  "Per- 
sonal Interface"  design  method. 

5.1.  Soft  Keyboard  (Flexible  Keyboard) 

A  "Soft  Keyboard"  was  designed  to  improve  accessibility  for 
people  with  upper  limb  handicap  [4].  The  "Soft  Keyboard" 
consists  of  a  touch  sensitive  display,  touch  panel,  some 
switches,  like  a  breath  switch,  and  appropriate  software.  The 
touch  sensitive  display,  with  touch  panel  and  switches,  func- 
tions as  a  keyboard  and  operates  under  the  control  of  software, 
as  shown  in  Fig.l.  Key  size,  position,  content  and  activating 
pressure  are  determined  by  software  programs.  Key  input  is 
carried  out  in  three  different  ways,  (l)touching  the  key  on  the 
display  directly.  (2)moving  the  cursor,  using  a  touch  panel,  to 
assign  the  desired  character  and  (3)pressing  the  input  key. 
using  some  switches  while  the  characters  are  scanned  sequen- 
tially. Further,  editing  software,  which  can  design  key  size, 
position  and  content,  is  also  provided  to  support  user  customi- 
zation. 

5.2.  Braille  Partner  (Braille  Personal  Computer) 

A  "Braille  Partner"  was  developed  to  support  the  visually 
handicapped  [5].  It  consists  of  a  Braille  keyboard,  a  Braille 
pin  display,  a  text  to  speech  synthesizer  and  control  software 
attached  to  the  NEC  "PC -9801"  personal  computer,  as  shown 
in  Fig. 2.  The  Braille  keys  layout  was  determined  under 


Table  3.  An  analysis  on  the  users'  physical  characteristics  for 
visually  handicapped 


interface 


Table  1.  An  analysis  on  the  users'  physical  characteristics  for 
upper  limbs  handicapped 


level 


fingers 
fist 

other  points 


keys 


more  than  10 

2-9 

one 


interface 


directsirike 
select  input  key 
scan  and  input 


level 


Braille 


mput 


output 


hardly  see  enlarged  text 

blind        unknown  voice 

understand   braille  keyboard   pin  display 
voice 


Tlible  2.  Features  utilization  analysis  for  up|)cr  limhs  handi- 
capped 


u.snge 


software 


interface 


communication 
education 
bus  mess 


word  process 
math,  science., 
accounting.,. 


Hiragana  keys 
number  keys,,, 
number  keys,,. 


Tabic  4.  Features  utilization  analysis  for  visually  handicapped 
us;\(;e 


interface 


reading  and 

making  sentences 
selecting  a  word 

in  a  dictionary 
exchanging  information 


reading  and 

word  processing 
looking  up  a  word 

in  CD-ROM 
personal  computer 

communication 
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guidance  from  the  input/output  systems  development  commit- 
tee, specially  organized  for  the  visually  handicapped.  The 
Braille  pin  display  can  display  40  characters  at  a  time,  which 
correspond  to  a  row  on  the  screea  The  text  to  speech  synthe- 
sizer generates  sound  from  text,  including  Kanji  (Chinese 
ideographs)  characters,  which  have  several  different  pronunci- 
ations, where  each  Kanji  character  can  be  pronounced  differ- 
ently, depending  on  the  context.  These  functions  are  utilized 
for  confirming  the  key  input,  as  well  as  for  reading  the  text  on 
the  screen.  The  total  software,  with  reading  and  word  process- 
ing, looking  up  a  word  in  the  CD-ROM  dictionary  and  con- 
necting PC  communication  network,  was  also  developed. 

6.  Evaluation  of  input/output  devices 

The  authors  are  now  evaluating  "Soft  Keyboard"  and  "Braille 
Partner"  in  special  education  school,  rehabilitation  center  and 
welfare  center.  Many  handicapped  persons  use  these  devices 
directly,  and  arc  evaluating  usability. 

They  are  using  "Soft  Keyboard"  to  make  sentences  for  human 
communication  and  to  study  using  education  software.  They 
consider  it  is  very  effective.  There  are  also  some  requests  to 
miniaturize  and  make  it  portable  and  to  settle  a  voice  function, 
which  speaks  what  they  input.  They  are  also  using  "Braille 
Parmer",  which  connects  a  PC  network  to  get  some  informa- 
tion, like  news,  and  to  communicate  with  some  other  member. 
This  is  very  effective,  too.  There  are  also  some  requests  to 
simplify  its  operation. 

7,  Discussion 

It  is  important  that  the  personal  computer  input/output  device, 
which  can  be  easily  used  by  the  handicapped,  can  be  used  by 
many  persons  and  for  many  uses.  The  authors  proposed 
"Personal  Interface"  design  method  considering  the  users' 
physical  characteristics  and  utilization  features.  Further,  the 
Interface  was  adapted  for  the  physically  and  visually  handi- 
capped, w)  o  have  great  difficulty  in  using  a  computer.  The 
authors  developed  "Soft  Keyboard"  and  "Braille  Parmer". 


Fig.2.  Braille  Partner  (Braille  Persooal  Computer) 


A  further  approach  to  "Soft  Keyboard"  is  to  collect  data  re- 
garding suitable  key  size,  position  and  content,  and  to  consult 
with  appropriate  persoimcl  to  easily  obtain  a  suitable  interface. 
Further  approaches  to  "Braille  Partner"  is  the  ability  to  use 
Kanji  Braille,  and  to  make  some  functions  to  use  many  soft- 
ware programs  for  them.  "Personal  Interface"  design  method 
is  also  use  to  develop  new  devices  for  the  handicapped,  and  its 
use  was  started  in  other  fields,  like  for  aged  persons  and  pa- 
tients in  a  hospital. 
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CONDITIONS  FOR  FULL  ACCESS  TO  THE  GRAPHICAL  USER  INTERFACE: 
TECHNICAL  SOLUTIONS  AND  AVAILABILITY 


Lawrence  Boyd,  Wes  Boyd,  Joseph  Robinson,  Marc  Sutton,  Jane  Berliss 
Berkeley  Systems,  Inc.,  Berkeley,  California 


INTRODUCTION 

Forces  of  rr<?olutionary  significance  in  computer 
technology  were  loosed  by  the  development  of  the 
graphical  user  interface  (GUI).  GUI  is  easily  disting- 
uished by  the  extensive  use  of  object  metaphors  (icons, 
windows,  and  other  visual  control  techniques),  the 
prolific  use  of  graphics  to  convey  information,  and  the 
use  of  a  mouse  for  cursor  pointing  and  control. 
IronicjiUy,  even  as  the  new  interface  provided  new 
power  and  ease  of  use  to  sigjited  people,  its  technical 
differences  and  increased  dependence  on  visual 
metaphors  virtually  obliterated  existing  computer 
access  technology  for  blind  people  (3). 

To  avert  the  seemingly  inevitable  disaster,  two  things 
had  to  happen.  The  technical  problems  of  accessing 
the  GUI  &st  had  to  be  solved;  the  solutions  then  had 
to  be  made  available  and  adaptable.    This  paper 
describes  how  these  two  issues  are  being  addressed. 

THE  FIRST  CONDITION  FOR  EQUAL  ACCESS: 
TECHNOLOGICAL  SOLUTIONS 

What  was  immediately  intuitive  to  many  people  has 
been  confirmed  by  scientific  research:  for  sighted 
users,  the  GUI  is  easier  to  learn,  speeds  up  commu- 
nication with  the  computer,  and  enables  more 
professional-looking  and  attractive  presantations  (8,  9). 
Graphics-based  operating  systems  are  now  being 
developed  by  all  major  manufacturers  and  are 
emerging  on  increasing  scales  in  employment, 
education,  cUkI  community  settings  (4,  7). 

Un'irtunately,  these  systems  initially  had  inherent 
ob(  jacles  for  blind  users.  Technical  solutions  to  this 
access  problem  faced  three  formidable  barriers:  the 
use  of  pixels  instead  of  a  text  buffer,  the  reliance  on 
graphics  to  convey  information,  and  the  use  of  the 
"mouse"  cursor  control  device. 

Accessing  tpxt  through  the  off-screen  model 
Unlike  earlier  computers,  graphics-based  computers 
do  not  have  a  text  buffer  for  storing  characters  and 
displaying  them  on  the  computer  screen.  Instead,  the 
representation  of  the  screen  in  memory  is  made  up  of 
pixels  (dots).  Both  text  and  pictures  are  displayed  in  the 
same  way.  A  program  sets  the  appropriate  pattern  of 
dots  in  memory,  and  this  pattern  is  tl^en  "painted" 
onto  the  screen  as  clusters  of  selectively  darkened 
pixels.  The  problem  for  conventional  screen  access 
software  programs  is  that  they  depend  on  the  presence 
of  a  text  buffer,  and  cannot  interpret  clusters  of  pixels 
appearing  on  the  screen. 

The  strategy  that  finally  cracked  the  pixel  barrier 
bs"  text  information  before  it  gets  to  the  screen, 
information  is  intercepted  and  stored  in  a  special 
database  before  it  is  displayed  on  the  monitor.  This 
database  (now  known  as  the  "off-screen  model"  or 
OSM)  is  used  to  provide  screen  access  (7).  The  first 
commercial  application  of  this  "interception 


approach"  was  outSPOKEN™  for  the  Apple 
Macintosh  (2). 

Accessing  objects  through  icon  rpfngnitjf^ri 
Perhaps  the  most  troublesome  problem  for  accessing 
the  graphical  user  interface  is  the  form  in  which 
information  appears  on  the  screen.  Instead  of  using  a 
highly  specialized  command  language,  the  GUI 
represents  information  as  objects  or  visual  images  that 
are  meant  to  emulate  common  experiences  (e.g.,  the 
user  "drags"  a  picture  of  an  unwanted  file  into  the 
"trash"  to  dispose  it).  The  problem  for  conventional 
screen  reader  technology  is  that  it  cannot  interpret 
these  metaphors.  In  particular,  it  cannot  make  sense 
of  icons,  style  changes  in  text  (for  example,  high- 
lighting), and  GUI  structures  such  as  pull  down 
menus,  dialog  boxes,  and  scroll  bars. 

Fortunately,  it  is  not  necessary  for  a  blind  person  to 
perceive  the  shape  of  icons  to  use  tliern.  All  that  the 
blind  person  needs  to  know  is  the  fact  that  the  pointer 
is  over  an  icon.  Interception-based  software  such  as 
outSPOKEN  is  designed  to  recognize  tiiese  icons. 
The  software  then  "speaks"  the  text  associated  with 
that  icon  (which  can  be  defined  by  the  user).  Like- 
wise, interception-based  software  recognizes  and 
tracks  stylistic  information  about  the  text  itself— the 
name  and  size  of  the  font,  the  presence  of  formatting 
styles  such  as  boldface  or  underlining,  whether  the  ■ 
text  is  highlighted,  and  so  forth.  The  software  also 
recognizes  and  tracks  information  about  windows, 
menus,  dialog  boxes,  control  buttons,  and  scroll  bars. 
Information  such  as  type,  status,  size,  location,  and 
content  of  these  standard  graphical  struchires  is  also 
stored  in  the  database. 

Accessing  rursor  mnvpmpr.t  through  the  kpypaH 
In  the  GUI,  a  mouse  is  moved  in  a  particular  direction 
and  a  pointer  moves  in  the  corresponding  direction  on 
screen.  To  select  an  object  or  command,  the  user 
simply  points  to  the  object  (using  the  mouse<ontrolled 
pointer)  and  clicks  the  mouse  button.  This  process 
depends  on  eye-hand  coordinaHon  and,  therefore, 
needs  to  be  executed  differently  by  a  person  who  is 
blind.  outSPOKEN  substihites  the  manual  funcHons  of 
the  mouse  with  keystrokes  on  the  numeric  keypad. 
With  the  numeric  keypad,  the  blind  user  can  perform 
standard  control  functions  of  the  mouse.  This  includes 
reviewing  the  desktop,  selecting  commands  from 
menus,  activating  windows,  moving  the  pointer  on 
the  screen,  selecting  and  moving  objects,  launching 
applications,  reviewing,  writing,  and  editing  text. 

THE  SECOND  CONDITION  FOR  EQUAL 
ACCESS;  TECHNOLOGY  SHARING 

A  technical  solution  to  a  technological  problem,  no 
matter  how  serious  and  widespread  the  problem,  and 
no  matter  how  elegant  the  solution,  is  not  sufficient  if 
it  does  not  spread  throughout  the  industry  through 
universal  and  easy  access  by  all  developers  and  end- 
users.  As  more  GUI-based  operating  systems  are 
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developed  and  marketed,  rapid  diffusion  Ijecomes 
increasingly  imperative. 

To  provide  this  condition,  a  modular,  cross-platform 
development  kit  called  GUI  Access^"  is  being 
developed  (5).  This  toolkit  is  designed  for  use  by  any 
developer  or  end-user  who  seeks  to  explore  new 
access  strategies  and  develop  new  software  for  people 
who  are  blind. 

At  the  core  of  GUI  Access  is  the  technology 
developed  for  outSPOKEN  desaibed  above  which 
intercepts  saeen  display  calls  and  stores  information 
in  a  database  for  later  retrieval.  This  Off-Screen  Model 
(OSM)  includes  the  database  and  some  machine 
dependent  routines.  Machine  dependent  information 
will  be  provided  for  Microsoft  Windows  and  the 
Macintosh.  By  design,  the  machine  specific  portion  of 
the  module  will  be  small  enough  that  developers  will 
be  able  to  port  to  other  platforms  with  minimal  effort. 

Sample  input  and  output  drivers  will  be  included  with 
GUI  Access.  These  drivers  are  expected  to  have 
significant  implications  for  exploring  new  ways  of 
providing  access  to  GUI-based  systems.  For  example, 
GUI  Access  technology  is  being  used  in  a  project 
called  Systems  X  (also  known  as  Systems  3).  The 
prototype  consbts  of  a  mouse-like  "puck"  with  an 
Optacon  refreshable  display  mounted  on  the  top,  plus 
a  haptic,  absolute-position  graphics  tablet.  When  the 
hardware  is  connected  to  a  Macintosh,  it  is  used  with 
speech  output  and  tactile  output  drivers  to  permit 
access  to  graphic  and  combination  text/graphic 
information,  such  as  bar  graphs.  The  user  is  able  to 
explore  the  graph  by  moving  the  puck  on  the  tablet 
and  feeling  graphic  irformation.  Textual  information 
is  spoken  aloud  as  it  is  encountered. 

CONCLUSION 

Many  blind  people  still  harbor  the  illusion  tl\at  their 
decision  to  use  or  not  use  the  GUI  is  somehow 
optional  and  that  they  need  not  be  concerned  about  it. 
Staying  with  old  access  technologies  may  seem 
comfortable  because  the  systems  to  which  they 
provide  access  are  stili  around.  However,  there  is 
virtually  universal  agreement  that  those  systems  will 
not  remain  a  standard  for  very  long.  Fortunately,  as 
new  technical  problems  emerge  and  are  solved,  and  as 
new  technologies  are  made  available  through 
enlightened  technology  sharing,  the  resulting 
computer  access  systems  will  provide  persons  who  are 
blind  with  capabilities  that  were  inconceivable  with 
earlier  systems  (1, 9).  As  these  realities  sink  in,  the 
remaining  hindrances  to  unprecedented  levels  of 
computer  power  for  blind  people,  which  are  primarily 
psychological  and  social,  will  be  removed. 
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ROBOTIC  MANIPULATORS  IN  REHABILITATION  PRACTICE 
AN  INTERNATIONAL  SYMPOSIUM 
FOREWORD 


Robotic  manipulators  have  been  applied  very 
effectively  in  the  industrial  sector  for  decades 
now.  They  are  being  used  routinely  in  the 
automotive  industry  to  weld  and  paint  cars  and 
have  proven  very  useful  in  harsh  environments 
such  as  the  nuclear  or  mining  industries.  But 
imagine  using  a  mechanical  arm  r.s  an  assistant  to 
individuals  with  disabilities.  This  hard, 
intimidating  machine  now  becomes  a  companion, 
which  will  always  be  at  your  beckon  call  and  will 
under  no  circumstances  harm  you.  This  is  a  tall 
order  for  any  organization  to  achieve.  In  shifting 
the  focus  of  robotics  from  the  industrial  sector  to 
the  service  sector,  the  rules  of  safety,  reliability, 
accuracy,  and  aesthetics,  to  name  a  few.  have 
changed. 

The  idea  of  applying  robotics  to  the  service 
sector  has  existed  in  theory  for  some  time  now; 
however,  only  during  the  past  ten  years  have 
actual  robotic  systems  begun  to  emerge  as  assists 
to  individuals  with  disabilities.  A  number  of 
organizations  have  demonstrated  the  feasibility  of 
using  advanced  technology  to  develop  assistants  in 
the  home  and  office.  The  following  pages 
represent  the  accomplishments  in  rehabilitation 
robotics  of  1 1  distinguished  organizations  from 
around  the  world.  As  with  any  new  technology,  it 
will  take  some  time  before  robotic  assistants  will 
be  fully  accepted;  however,  education  is  one  key 
to  acceptance. 

This  International  Symposium  is  a  leap 
forward  in  educating  the  end  users  and  prescribers 
in  available  rehabilitation  robotics,  technology.  The 
systems  described  in  the  following  pages  have 
been  and  are  currently  being  field  tested  and  many 
of  the  systems  are  commercially  available.  I  hope 
you  will  concur  that  this  International  Symposium 
was  an  effective  tool  in  keeping  you.  the  end  user 
and  prescriber.  abreast  of  current  technological 
advances  in  rehabilitation  robotics. 

I  would  like  to  express  my  appreciation  to 
Geb  Verburg  from  the  Hugh  MacMiilan 
Rehabilitation  Centre  in  Toronto  for  organizing 
this  International  Symposium.  I  would  also  like  to 
thank  all  the  presenters  for  their  willingne.ss  to 
participate  and  for  their  prompt  reply  in 
submitting  papers  for  inclusion  in  the  proceedings. 


Michael  F.  Burrow 

Chairman.  Robotics  Spi'ciai  interest  Group 


This  symposium  was  organized  to  show 
rehabilitation  professionals  and  potential  users  / 
consumers  of  thi»  technology  the  most  up-to-date 
examples  of  rehabilitation  robotics  and  to  share 
what  these  commercially  available  systems  can  do 
in  real  life  situations. 

Presenters  from  six  countries,  will  share 
research  results  and  information  about  seven 
robotic  manipulator  systems  and  applications  of 
these  systems  in  Independent  Living  and 
Vocational  environments.  The  three  sessions  of 
this  symposium  each  address  a  specific  topic  area 
within  this  general  plan.  Opportunities  for  Hands- 
On  experiences  will  be  available  in  the  Thursday 
sessions. 

Wednesday  afternoon:  User  Interfaces 
This  session  presents:  an  overview  of  European 
R&D  projects  toward  an  integral  control  system 
(van  Woerden);  Robotic  User  Interface  (RUI) 
research  efforts  taking  place  at  Stanford  University 
(Leifer);  user  interface  adaptations  of  MANUS 
(Kwee);  and  a  new  palatial  interface  developed  by 
InventAid  (Hennequin). 

Thursday  am:  Independent  Living 
Three  very  different  types  of  manipulators  and 
evaluations  of  each  of  these  are  presented  in  this 
session:  HANDY  I.  a  Robotic  Feeding  Aid 
(Whittaker);  REGENESIS.  a  workstaUon  roboUc 
assistive  device  developed  by  the  Nei!  Squire 
Foundation  (Birch  and  Fengler);  and  MANUS.  a 
wheelchair  mounted  manipulator  (0dcrude. 
Brelivet/Thibault.  Verburg  et  al.). 

Thursday  pm:  Vocational  Applications 
Foi'r  presentations  about  three  different  manipulator 
types  will  share  results  of  workplace  applications: 
DEVAR.  the  system  developed  at  the  Veteran's 
Administration  facilities  in  Palo  Alto  (Vander  Loos, 
Leifer);  the  MASTER  system  developed  by  staff  of 
the  French  Atomic  Energy  Commission  (EMuichd 
and  Lesigne);  UMI/RTX.  an  indusuial  system  that 
has  been  adapted  to  the  rehabilitation  environment 
(Jackson  et  al..  van  Dort). 


Organization  of  this  symposium  was  facilitated  by 
grants  from  the  National  Health  Research  and 
Development  Program  (NHRDP  H&W  Canada)  and 
the  Rick  Hansen  Man  in  Motion  Legacy  Fund. 


574  RESNA  iiiternationar92  •  June  6-11,  1992 


588 


INTEGRATED  CONTROL  OF  MOBILITY,  MANIPULATION,  COMMUNICATION  AND  THE 

ENVIRONMENT 

J.A.  van  Woerden,  J.C.  Rosier 
Institute  of  Applied  Physics 
The  Netherlands 


Abstract 

Integrated  Control  Systems  allow  disabled  and 
elderly  people  access  to  multiple  functions  from  a 
single  input  device  (for  example  a  joystick  with  a 
switch).  Multiply  handicapped  users  are  thereby 
able  to  switch  efficiently  between  wheelchair 
control,  manipulator  control,  control  of  their 
environment,  computer  access  and  communication 
without  help. 

This  integrated  system  approach  is  part  of  two 
projects  in  the  so-called  European  Community 
Programmes:  one  in  the  TIDE  (Technology 
Initiative  for  Disabled  and  Elderly  People) 
programme  and  one  in  SPRINT  (Innovation  and 
Technology  transfer). 

The  TIDE  M3S  project  (Multiple-Master  Multiple- 
Slave)  aims  to  become  a  general  purpose  interface 
for  the  Rehab  world,  while  in  the  SPRINT  project 
SP53  IMMEDIATE  (Integrated  System  for 
Mobility  and  Manipulation  for  Disabled  people) 
more  emphasis  is  given  to  integrated  control 
aspects. 

Introduction 

Many  technical  aids  are  available  for  the  purpose 
of  increasing  the  independence  of  severely 
physically  disabled  people.  An  increased 
independence  (autonomy)  of  this  group  would 
have  a  positive  effect  on  nearly  every  aspect  of 
the  lives  of  the  disabled  persons,  e.g.  on  his  or  her 
personal  activities  and  on  vocational  activities.  For 
this  purpose,  top  rate  technology  is  employed  to 
an  ever  increasing  extent.  Such  technical  aids  are, 
for  example,  electrically  driven  wheelchairs,  robot 
arms,  remote  control  equipment  etc.  This  large 
range  of  technical  aids  can  be  classified  into  five 
categories,  namely  technical  aids  for: 

•  mobility 

•  manipulation 

•  environmental  control 

•  communication 

•  computer  acce.ss 

A  wide  range  of  companies  and  institutes  develop 


these  technical  aids  which  offer  the  disabled  the 
opportunity  of  functioning  in  a  more  independent 
manner  with  regard  to  these  categories.  However, 
until  now  the  technical  aids  were  developed  in  an 
uncoordinated  way,  resulting  in  a  number  of 
products  not  compatible  with  each  other.  In  order 
to  form  a  set  of  functions  necessary  for  the 
independence,  the  disabled  person  is  forced  to  buy 
a  number  of  products  each  with  its  own  user 
interface  and  possibly  overiapping  functionality. 

The  innovation  of  these  EEC  projects  consists  in 
the  integral  approach  and  the  global  analysis  of 
systems.  The  projects  will  emerge  on  different 
compatible  subsystems,  which  can  be  arranged  in 
conjunction  with  the  design  applications. 

M3S  project  synopsis 

In  the  field  of  technology  for  the  elderly  and 
disabled  people  one  can  make  a  division  between 
input  devices  and  end-effectors.  E:;amples  of  input 
devices  are  joysticks,  switches,  voice  control,  etc. 
Electrical  wheelchairs,  manipulators,  environ- 
mental controllers  could  be  considered  as  end- 
effectors.  In  aids  for  the  elderiy  and  disabled 
people  one  of  both  types  of  devices  is 
incorporated.  The  input  devices  in  fact  determine 
for  which  kind  of  user  group  the  aids  are  suitable. 
As  in  many  aids  one  input  device  is  integrated  in 
the  system,  these  systems  can  only  be  used  by  a 
limited  user  group.  The  M3S  Multiple-Master- 
Multiple-Slave  intelligent  interface  is  meant  to 
solve  this  problem. 

In  the  M3S  system  different  types  of  input  devices 
can  interface  to  different  types  of  end-effectors. 
As  this  interface  will  be  well  specified, 
manufacturers  of  input  and  end-effector  devices 
can  adapt  their  devices  to  meet  these 
specifications  which  ensures  compatibility  in  the 
field. 

The  intelligence  in  the  system  is  added  to  allow 
the  interface  to  be  optimally  configured  to  the  user 
needs.  The  intelligence  in  the  system  comprises  of 
two  parts: 
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•  high  level  task  execution 

♦  signal  processing  functions 

To  perform  the  high  level  task  the  interface  will 
be  equipped  to  generate  a  sequence  of  ouvfjc 
signals  starting  by  a  simple  command  of  the  user. 
This  will  enable  the  user  to  perform  complicated 
tasks  with  little  burden.  The  signal  processing 
function  ensures  that  the  interface  can  be 
optimally  configured  to  the  needs  of  the  user. 
The  Multiple-Master-Multiple-Slave  concept  has 
the  advantage  over  many  structures  now  used  in 
the  field  that  information  can  be  send  back  to  the 
user  e.g.  on  the  system  status.  The  M3S 
architecture  also  facilitates  the  connection  of 
different  user  interfaces  to  the  netwoilc  on 
different  places  in  the  system.  In  this  way  disabled 
and  non-disabled  people  can  have  access  to 
different  parts  of  the  system  such  as  a  television 
or  a  VHS. 

After  the  functional  specification  of  the  interface 
and  the  analysis  of  the  devices  that  will  be 
interfaced  by  the  M3S  system,  existing  bus 
stai;<lards  (draft  ISO  7176.  CAN.  D2B.  etc.)  wUl 
be  evaluated  for  their  use  as  M3S  bus.  Based  on 
these  analysis  the  M3S  interface,  including  the 
M3S  bus.  will  be  specified.  As  the  M3S 
specification  deals  with  the  interfacing  of  most 
commonly  used  input  devices  and  end-effectors  it 
can  be  used  for  future  standardisation  Extending 
the  use  of  the  interface  and  formalizing  it  in  a 
standard  could  be  a  TIDE  main  phase  project. 
The  interface  will  be  implemented  in  two 
demonstration  platforms: 

1.  A  system  with  a  PERMOBIL  wheelchair,  a 
MANUS  manipulator,  a  JAK^ES-like 
environmental  control  system,  which  can 
be  controlled  by  a  Penny  and  Giles 
joysacfc  and  a  headrest  sensor,  a  head 
pointing  device  and  a  tongue  switch. 

2.  A  system  with  a  SKWIRREL  wheelchair 
of  Huka.  a  MANUS  manipulator,  a 
JAMES-like  environmental  control  system, 
which  can  be  controlled  by  a  Penny  and 
Giles  joystick  and  a  headrest  sensor,  a 
head  pointing  device  and  a  tongue  switch. 

The  interface  implemented  on  these  platform 
won't  have  the  total  functionality  as  specified  for 
the  M3S  interface  but  only  the  subset  that  is 
needed  to  control  the  end-effectors  with  the  input 
devices  connected,  llie  two  demonsu^tion 
platforms  will  be  tested  on  technical  perfomiancc 


and  safety  and  evaluated  on  functionality  in  a 
limited  number  of  user  trials. 

The  major  deliverable  of  the  M3S  project  will  be 
a  thoroughly  prepared  M3S  interface  specification, 
demonstrated  and  evaluated  in  two  platforms, 
starting  point  for  future  standardisation. 

Immediate  Project  Synopsis 

This  project  aims  at  the  development  of  integral 
systems  to  assist  disabled  persons  in  their 
manipulation,  communication  and  mobility.  It  is 
constituted  by  an  electric  wheelchair  including 
assistance  for  driving,  a  built-in  manipulator  arm 
and  an  on-board  environmental  control  system  as 
well  as  assistive  communication  devices. 
The  elecuic  wheelchair  will  most  probable  have 
semi-automatic  functions  such  as  the  possibility  to 
follow  marks  on  the  floor  and/or  localization  of  its 
position  in  a  near  natural  environment  The 
manipulator  and  the  wheelchair  will  be  piloted  in 
direct  or  automatic  modes  under  the  peirnanent 
supervision  of  the  disabled  user.  The  manipulator 
will  allow  the  performance  of  automatic  handling 
and  grasping  tasks  of  daily  life. 

The  environmental  control  system  will  be 
controlled  either  by  the  user  or  directly  by  the 
system  during  the  task.  The  operator  interface  will 
be  configurable  and  adaptable  in  conjunction  with 
the  nature  of  the  handicap. 

The  technologies  concerned  belong,  on  one  hand, 
to  the  service  robotics  for  definition  of  the 
mechanical  structure  of  the  arm  and  corresponding 
control  command  systems,  for  setting  the  sensors 
involved  in  safety,  guiding  and  retrieving 
trajectories  for  the  arm  and  the  mobile  base,  and 
or  the  operator  interfaces;  and  on  the  other  hand, 
to  commercially  available  technical  aids  for  people 
with  disabilities  such  as  the  electric  wheelchair 
and  environmental  control  systems. 

At  the  laboratory  level,  some  robotized  systems 
for  helping  the  persons  are  actually  in  process. 
They  concern,  either  fixed  workstations,  or 
manipulators  on  elecuic  wheelchairs.  Other 
developments  deal  with  assistance  for  piloting  the 
elecuic  wheelchair  (following  marks  on  the  floor, 
piloting  with  ultrasonic  transducer),  for  defming 
adapted  programming  language,  for  determining 
specific  sensors  to  assist  manipulation  functions 
(grasping,  handling,  perception  of  space,  etc). 

The  technologies  to  be  set  up  are  new,  but  do 
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already  exist.  We  need  to  gather  the  competencies 
between  the  different  teams  working  on  the 
mechanical  aspects,  the  control  command,  etc  and 
to  transfer  these  technologies  to  the  specific 
application  regarding  the  handicapped  persons. 

The  next  step  is  to  integrate  these  technical  aids  to 
form  an  integral  aid  which  offers  disabled  people 
optimal  opportunities  in  these  four  areas,  so  that 
they  can  function  as  independently  as  possible. 
One  must  think  in  terms  of  an  integral  system  for 
mobility  and  manipulation  which  comprises  all  the 
available  technologies  to  enable  the  disabled 
person  to  communicate  with,  control  and  mani- 
pulate a  structured-and-unstructured  environment. 

The  integral  system  must  be  set  up  in  such  a  way 
that  it  can  be  simply  and  independently  controlled 
by  the  disabled  person,  great  attention  being  paid 
to  ease  and  speed  of  use. 

To  bring  this  project  to  a  successful  issue,  three 
groups  were  organized  to  work  in  close 
cooperation,  in  the  definition  phase: 

•  a  user  group  gathering  important  disabled 
associations  in  the  Netherlands  (VSN, 
STICHTING  DE  SCHAKEL),  in  France 
(APF,  AFM/  CREATI)  helped  by  two 
experts  in  the  rehabilitation  process  (Dr. 
Busnel,  Medical  director  of  KERKPAPE 
centre  (France)  and  Dr.  Platts  of  the 
ROYAL  NATIONAL  ORTHOPAEDIC 
HOSPITAL  (United  Kingdom). 

•  A  group  of  industrials  dealing  with  these 
problems  (POIRIER  in  France  and  EXACT 
DYNAMICS  in  the  Netherlands). 

•  Two  main  contractors  responsible  for  the 
research  and  developments 
(CEA/DTA/UNITE    ROBOTIQUE  in 
France    and    TNO-TPD/IRV    in  the 
Netherlands). 

Integrated  Control  of  Manipulation,  Mobility 
md  Control  of  the  Environment 

The  execution  of  a  task  by  a  "healthy"  person 
often  depends  on  a  combination  of  many  different 
movements,  using  different  parts  of  the  body.  A 
task  can  thus  be  carried  out  quickly  and 
efficiently.  Furthermore,  many  tasks  are  carried 
out  without  conscious  thought  with  regard  to  the 
bodily  movements. 


In  the  case  of  a  disabled  person  who  cannot  cany 
out  the  tasks  with  his  body  but  must  rather  rely  on 
all  sorts  of  technical  aids,  such  unconscious 
execution  is  (virtually)  impossible.  Often  a  variety 
of  technical  aids  and  equipment  must  be  operated, 
all  of  which  must  be  consciously  controlled  one  at 
a  time. 

A  technical  aid  can  offer  great  help  to  a  disabled 
person  but  can  also  encumber  him/her  with  an 
extra  handicap  if  it  is  too  complicated,  unclear  or 
slow  to  use.  In  assessment  studies  of  technical 
aids,  it  becomes  apparent  that  this  is  often  the 
case,  the  result  being  that  the  technical  aid  is  used 
less  often  or  sometimes  not  at  all.  The  integral 
system  will  comprise  many  different  technical  aids 
and  systems.  One  of  the  most  important  points  of 
attention  is  integration  of  all  systems  employed. 
This  is  a  pre-requisite  for  simple  and  optimal  use 
of  an  integral  system. 

Mobility 

The  integral  system  includes  a  system  with  which 
the  user  can  drive  and  manoeuvre  in  the 
environment.  Careful  attention  must  be  paid  to  the 
manoeuvrability  of  the  integrated  system  with 
respect  to  its  use  indoors.  Existing  wheelchairs 
sometimes  leave  a  lot  to  be  desired  in  this  sense, 
so  that  the  wheelchair  can  only  actually  be 
effectively  used  out  of  doors.  As  manoeuvring 
cannot  always  be  carried  out  accurately,  objects  in 
the  users'  environment  are  damaged,  sharp  edges 
and  protruding  parts  of  the  wheelchair  often 
posing  an  extra  problem  in  the  environment. 
Navigational  systems  could  bring  about 
considerable  improvements  here. 

One  can  think  in  terms  of  systems  which,  for 
example,  use  sensors  to  prevent  collisions  between 
the  technical  aid  and  objects  in  the  environment, 
by  detecting  a  threatened  collision  and  redirecting 
the  technical  aid.  In  the  same  way,  a  navigational 
system  could  also  "steer"  the  technical  aid  through 
a  narrow  opening,  such  as  a  doorway. 

In  a  structured  environment,  such  as  the  user's 
home,  this  navigational  system  could  be  extended 
by  applying  systems  which,  for  example,  can 
follow  pre-programmed  routes  without  the  i  ^.t 
needing  to  steer  the  technical  aid.  Another  option 
could  be  a  system  in  which  tracks  are  built  into 
the  structured  environment,  so  that  the  technical 
aid  can  be  "led". 
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Communication 

The  integral  system  must  include  the  functionality 
of  technical  aids  thiat  enables  the  handicapped  to 
communicate.  Examples  of  such  aids  are  speech 
generators,  writing  aids,  adapted  keyboard 
operations  and  also  adapted  telephones. 

Manipulation 

The  manipulating  system  will  be  an  important 
constituent  of  the  integrated  system.  Many  tasks 
can  be  carried  out  by  means  of  a  manipulating 
system  which  would  otherwise  be  (virtually) 
impossible  for  a  severely  disabled  person  Not 
only  with  respect  to  GDN  activities  but  also 
certainly  with  respect  to  working  and  recreational 
tasks.  The  manipulating  system  can  thus 
considerably  increase  the  independence  and 
opportunities  of  the  disabled  person. 

There  are  already  a  number  of  different 
manipulators  available  for  the  benefit  of  disabled 
people,  though  they  do  not  yet  enjoy  large  scale 
use.  Research  into  their  use  has  shown  that  a 
manipulator  can  considerably  increase  the 
independence  of  the  disabled  person.  Such 
increased  independence  is  greatly  appreciated.  A 
manipulator  enables  the  disabled  to  develop  a 
number  of  functions  that  can  be  divided  into  three 
groups: 

vital  functions:  a  manipulator  enables  the 
handicapped  person  to  perform  (to  some  extend) 
activities  such  as  eating  and  drinking.  Safety 
measures  in  case  the  safety  malfunctions,  should 
also  be  considered  as  one  of  the  vital  functions. 

vocational  functions:  the  manipulator  enables  the 
handicapped  to  perform  a  (professional)  task 

auxiliary  functions:  the  manipulator  enables  the 
handicapped  to  perfonn  trivial  tasks  such  as 
inserting  a  tape  in  the  tape  recorder,  picking  up 
something  from  the  floor,  reaching  door  handles 
and  light  switches  in  unadapted  environments,  etc. 

A  number  of  aspects  are  mentioned  which  could 
be  improved  and  which  can  therefore  be  seen  as 
points  of  attention  in  the  devclopmi-nt  of  the 
integral  system. 

Firstly,  the  performance  of  the  robot  arm  is 
sometimes  found  to  be  limited,  particularly  its 
reach  and  power.  On  the  one  hand,  heavy  objecLs 
cannot  be  picked  up  (more  than  \.5  kg)  but  on  the 


other,  the  power  with  which  keys  are  pressed  is 
difficult  to  control,  so  that  they  are  easily 
damaged.  The  controls  are  sometimes  awkward, 
especially  where  this  is  done  by  buttons,  this 
means  that  procedures  cannot  be  carried  out  in  a 
smooth  manner. 

Procedures  are  carried  out  too  slowly,  so  that  use 
of  the  manipulator  is  fruitless,  e.g.  typing  on  a 
nor.  typewriter  or  keyboard  which  has  not  been 
adapted.  The  number  of  words  per  minute  is  so 
low  that  such  activities  are  not  carried  out. 
Another  example  is  picking  up  the  telephone.  The 
connection  has  been  lost  before  the  user  has  got 
around  to  picking  up  the  phone  with  the 
manipulator. 

The  speed  and  ease  of  u.'''-  can  be  improved  if 
procedures  which  are  frequently  carried  out  can  be 
individually  initiated  by  the  technical  aid  in  some 
way  or  another,  rather  than  the  user  having  to 
constantly  steer  the  aid.  A  well  known  solution  is 
to  pre-program  certain  procedures.  In  an  optimally 
integrated  system,  not  only  can  the  procedures  of 
a  single  system  be  pre-programmed,  but  also 
procedures  which  are  combinations  of  the  various 
sub-systems  of  the  integral  system.  In  this- 
perspective  would  the  development  of  docking 
systems  enable  the  ease  of  preprogrammed 
movements  related  to  the  structured  environment 
to  a  great  extend. 

Control  of  the  Environment 

The  integral  system  must  include  all  sorts  of 
systems  in  order  to  control  the  environment.  These 
include  remote  controls,  adapted  communicative 
aids,  such  as  a  speech  generator,  writing  aids, 
adapted  computer  keyboard  operation,  etc.  These 
environment  control  systems  will  therefore  control 
a  large  number  of  different  pieces  of  equipment 
and  aids. 

Many  pieces  of  equipment  and  technical  aids  have 
their  own  control  panel  which  can  be  used  to 
control  a  single  device.  If  a  second  device  must 
then  be  operated,  the  user  must  switch  to  a  new 
control  panel.  This  means  that  many  procedures 
are  necessaiy,  which  all  require  concentration 
(driving,  poss.  manipulation,  operating  equipment, 
driving  again,  switching,  operating,  etc.) 
The  ease  and  speed  with  which  tasks  can  be 
carried  out  can  be  greatly  increased  if  the  various 
technical  aids  can  all  be  controlled  simultaneously 
via  a  single  control  panel.  The  u.ser  need  then 
only  concentrate  on  carrying  out  the  task  rather 
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than  having  to  control  all  the  technical  aids. 
Control 

Control  of  the  integral  system  must  therefore  be 
possible  via  a  single  control  panel  (interface).  The 
controls  would  appear  also  to  create  great 
problems  in  a  number  of  consumer  articles,  such 
as  video  recorders,  stereo  equipment  and  other 
equipment  with  many  set-up  and  user  options.  The 
users  therefore  make  use  of  a  part  of  the  options, 
because  they  do  not  understand  the  rest,  the 
controls  are  not  clearly  organised,  etc. 

Via  the  control  panel  of  the  integral  system,  not 
only  one  but  many  more  and  also  completely 
different  systems  can  be  controlled.  This  makes 
great  demands  on  the  informational  ergonomic 
characteristics  of  the  control  panel. 

Conclusion 

Fiist  steps  are  made  to  the  realisation  of 
wheelchair  mounted  integrated  control  systems. 
The  relevance  of  the  integration  and 
implementation  aspects  will  be,  among  others, 
tested  in  the  two  projects  although  in  a  limited 
way.  Safety  issues,  standardization,  acceptance 
and  dissemination  have  to  be  addressed  in  future 
projects  in  more  detail. 
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ABSTOACT 

Shortcomings  at  the  Robot  User  Interface  (RUI)  are  major 
technical  deterrents  to  widespread  use  of  telerobots  in 
health  and  human  service.  The  basis  for  this  assertion 
comes  largely  from  experience  in  vocational 
rehabilitation  and  education  [1].  Text,  voice,  graphic  and 
kinematics  command-control  interfaces  are  cun*ersome 
at  best  for  robot  programming.  Master-slave  (virtual 
reality)  interfaces  remain  immature  and  are  rarely 
appropriate  where  physical  and  cognitive  limitations 
motivate  the  pursuit  of  robotic  assistance  in  the  first 
place. 

Because  most  people  want  to  use  robots,  not  program  or 
operate  themI2],  application  development  becomes  the 
dominate  part  of  the  overall  cost  and  support  equation. 
Today,  robot  programming  requires  motion  specification, 
planning  and  task  supervision  skills  that  take  years  to 
develop.  Several  factors  should  be  addressed 
simultaneously  to  change  this  situation  [3].  The  issues 
are  illustrated  by  the  work  of  Stanford  investigators 
working  on  visual  language  communication,  robot 
learning,  adaptive  grasp,  spatial  reference  designation, 
hybrid  forre-position  servo  control  and  fault  tolerant 
system  architecture. 

GOAt 

The  goal  of  this  paper  is  threefold.  First,  I  would  like  to 
suggest  that  the  Robot  User  Interface  (RUI)  has  unique 
features  that  set  it  apart  from  the  general  area  of 
Graphical  User  Interface  (GUI)  design.  Second,  the 
design  requirements  for  this  interface  are  outlined  in 
relationship  to  manipulation  tasks  performed  for 
vocational  assistance.  Lastly,  I  would  like  to  introduce 
the  reader  to  specific  RUI  projects  at  the  Stanford  Center 
for  Design  Research  (CDR). 

BACKGROUND 

This  project  builds  on  14  years  of  assistive  robot  research 
and  development  at  Stanford  University  [41.  One  result 
of  the  work  is  Dcvar"",  a  high  performance  Desktop 
Vocational  Assistant  Robot  now  undergoing  clinical  and 
field  trials  within  the  Department  of  Veterans  Affairs. 
One  of  the  important  lessons  from  this  work  has  been  the 
realization  that  task  programming  is  a  serious  bottleneck. 
It  is  also  clear  that  medical  and  rehabilitation  applications 
represent  good  opportunities  for  robotics  technology  in 
moderately  structured  situations. 

Who  arc  the  users 

It  is  striking  how  many  people  "use"  the  robot  and 
influence  the  product  definition  (Figure-1).  The  impaired 
user  is  just  one  of  these  users.  While  automation  tasks 
augment  his  or  her  performance,  the  way  they  are  done  is 
often  dictated  by  therapists,  administrators  or  others. 
One  of  the  product  realization  lessons  learned  in  another 
recent  product  development  process  [5]  was  the  extent  to 


which  an  assistive  device  must  also  support  therapy.  It  is 
important  to  include  product  features  that  help  care- 
providers  measure  cost,  benefit  and  quality  assiurance 
variables. 


therapy 
requirements 


I  cost-benefit  & 
I  quality  assurance 
I  requirements 


Fig'ire-l  An  RUI  feature  set  must  benefit  each 
member  of  the  care  delivery  team.  Visual  language 
communication  features  may  empower  the  impaired 
user.  Training  and  calibration  modules  support  therapy 
and  automated  performanv.e  assessment  reports  eiihance 
the  therapist's  productivity.  The  health  care 
administrator  benefits  most  from  quality  assurance 
features. 


What  differentiates  an  RUI  from  a  GUI 

User  Interface  Design  is  driven  by  several  considerations. 
Five  important  factors  for  this  discussion  include: 
directness  of  manipulation;  use  of  analogy  and  metaphor; 
understanding  the  user's  cognitive  model  of  the 
computational  process;  representing  time;  and 
representing  space.  While  important  for  both  GUI  and 
RUI  design,  they  are  different  (TabIe-1).  In  our 
experience,  three  of  these  factors  dominate.  Most 
imfwrtantly,  the  robot  is  a  true  6  degree-of-freedom 
(DoF)  system.  Planning,  coding  and  supervising  of  such 
systems  is  especially  demanding  (rather  like  operating  a 
spacecraft).  Furthermore,  the  robot  is  a  dynamic  physical 
system  with  real  as  well  as  computational  time  constants. 
It  is  capable  of  doing  real  work  (including  damage) 
without  recourse  to  fwst-facto  "undo"  corrections.  The 
sheer  reality  of  an  RUI  dominates  design  trade-offs. 


The  Stanford-VA  Dcvar  project  has  implemented  well 
over  one  hundred  robotic  assistance  tasks  over  the  past 
12  years  [6].  They  fall  roughly  into  three  categories; 
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activities  of  daily  living  (ADD,  vocational  tasks  and 
social  recreational  pursuits.  Even  the  most  structured 
desktop  workstation  environment  requires  tasks  from 
each  domain.  Table-2  presents  a  qualitative  indication  of 
our  assessment  of  the  importance  of  RUl  design 
requirements  according  to  the  task  domain.  Note  that 
ADL  tasks  are  among  the  most  demanding  scenarios. 
Vocational  tasks  are  among  the  least  demanding,  and 
their  cost  benefit  cab  be  measured.  Accordingly,  the 
majority  of  our  effort  goes  to  educational  and  vocational 
applications. 


Generic 

UdtJl  II  Hci  1  auc 

Design 

Requirements 

GUI 

Grsiphical  User 

Interlace 

Requirements 

RUl 

Robot  User 

Interlace 

Requirements 

RilDtanhrtr  anH 
iviciapiiui  aiHJ 

Analogy 

create  symbols 
that  evoke  usable 
analogies  and 
metaphors 

create  symbols 
that  are  consistent 
v^ith  manifest 
reality 

Cognitive  Models 

visualize  abstract 
representations 
for  data  &  data 
processing 
algorithms 

visualize  real 
robot  motion 
consistent  v^ith  the 
user's  own 
kinesthetic  nrxxJels 

Direct 

Manipulation 

create  the  lllu  ilon 
that  a  symbo: 
directly 
manipulate" 
reality 

directly 
manipulate 
physical  objects 
safety  &  reliably 
(remember,  there 
Is  no  post-facto 
undue) 

Time 

create  the  llluston 
of  time 

make  the  interface 
work  in  real-time 

Space 

2  DoF,  tlxed  point 
of  view  (eye  to 
screen) 

6  DoF,  variable 
point  of  view  (end- 
effector  to  object) 

Table-l  A  requirement  matrix  summarizes  RUl- 

GUI  design  differences.  Whereas  the  GUI  designer  tries 
10  create  the  illusion  of  reality,  the  RUl  designer  must 
make  reality  accessible. 


SYSTEM  REQUIREMENTS 

The  conditions  for  effective  use  of  robots  in  unstructured 
(or  even  moderately  structured)  environments  are  at  least 
four  fold  17].  The  technical  system  must  include  one  or 
mere  sensory  modalities.  The  control  architecture  must 
support  adaptive  sensor  driven  motion  control.  There 
must  be  utilities  for  task  and  motion  programming.  A 
fourth,  and  rather  subtle  requirement  is  that  these  factors 
must  deal  with  ambiguity.  The  collective  importance  of 
these  requirements  must  be  judged  by  the  degree  to 
which  it  is  accessible  to  a  wide  range  of  operators, 
placing  an  additional  burden  on  the  RUl. 

Robot  programming  languages  (RPLs)  have  always 
presented  the  applications  engineer  with  a  deep 
dilemma.  How  docs  one  use  rigid  RPL  semantics  and 
syntax  to  specify  robot  motion  in  an  uncertain 
environment?  Many  investigators  can  testify  that  sensing 
the  environment  is  just  the  beginning  of  adaptive  control. 
In  fact,  sensor  interpretation  and  multi-sensor  fusion 
contribute  massively  to  the  RUl  programming  burden. 
Fault  tolerance  is  often  the  first  casualty  of 
environmcnlal  sensing  when  sensor  failure  leads  to 
undesirable  rolx>t  motion. 


DESIGN  REQUIREMENTS 
Mataphor 

Process 

Manipulation 
Tamporai 


Spatial 


TASKS 
AOL 

Food  Preparation 
Food  &  Drink  Sen/ice 
Hygiene  &  Grooming 
Clothing  Management 

VOCATIONAL 

Material  Handling 
Computer  Programming 
Test  and  Measurement 
Desktop  Publishing 

RECREATIONAL 

Reading  Hardcopy 
Film  &  Video  Access 
Graphic  Arts  Activity 
Board  Games 


Tablc-2  RUl  features  should  reflect  the  task  at 

hand.  No  single  interface  paradigm  can  accommodate  all 
of  these  scenarios.  In  our  experience,  the  mouth  stick  and 
the  robot  complement  each  other  as  manipulation  tools. 
Voice  command,  the  pointer  and  the  keyboard  are 
similarly  complementary. 

RUl  RESEARCH  PROJECTS  at  STANFORD 

Figure-1  illustrates  the  strategic  relationship  amongst 
RUl  research  and  development  projects  at  CDR.  The 
following  narrative  describes  each  issue  briefly.  Special 
attention  should  be  given  to  visual  language 
communication  issues  concerning  RUl  display  design 
and  in  recognition  that  the  robot  is  also  part  of  the  visual 
communication  medium. 

Visual  language  Programming: 

In  a  separate  line  of  human-computer  integration 
research,  Richard  Steele  and  collaborators  18,9]  developed 
a  visual  language  prosthesis,  C-VIC,  that  has  been  proven 
to  be  capable  of  allowing  globally  aphasic  persons 
(complete  loss  of  natural  language)  to  communicate 
better  through  the  computer  than  they  can  through 
"natural"  language.  Experience  with  Lingraphica'^",  the 
commercial  version  of  C-VlC,  leads  me  to  speculate  that 
the  communicative  power  of  this  GUI  promises  a 
substantial  performance  breakthrough  in  RUl  design. 
Implementation  of  a  test-bed  system  uses  robot  behavior 
specification  icons  with  "readily  inferable  meaning" 
(RlM-icons).  Ttie  linguistic  notion  of  "readily  inferable 
meaning"  has  a  parallel  in  graphic  representation  (as  in 
cartoons).  This  is  a  key  feature  of  the  lingraphic 
approach  to  robot  programming.  Figure-2  presents  a  few 
of  the  20(X)+  iconic  communication  building  blocks  in 
Lingraphica^". 
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Liang: 
Robot 
Language 
Learning 


Lees: 
Body 
Language 
Programming 


Steele: 

Visual 

Language 

Communication 


Cannon: 

Point  &  Direct 
Teierobotics 


Cutkosky  & 
Kovacs: 

Micro-sensor 
Dexterous 
^rasp  


Kerr: 

HybrkJ 

Force-Position 
Servo  Control 


Toye:  ^ 

Inhomogenecus 
Fault  Tolerant 
Architecture 


Figure-l  This  is  the  road-map  to  research  at  CDR 

dealing  with  RUI  issues.  The  barriers  (octagons)  are  the 
natural  language  command<ontrol  interface,  the  robot 
sensing  interface  and  the  fault  tolerant  architecture. 
Individual  research  projects  address  the  critical  path  to 
these  issues  (Steele,  Kerr,  Toye)  or  collateral  factors 
(Liang,  Lees,  Cannon,  Cutkosky-Kovacs). 


Figure-2  These  icons  include  an  animated  verb  to 

"turn",  the  preposition  "against",  the  adjective  "small" 
and  the  noun  "book".  When  clicked,  they  reveal  their 
meaning  through  graphic  animation,  spoken  word,  text 
and  s'>und  effects.  A  complete  message  is  composed  in 
storyboard  fashion,  "turn  against  the  small  book". 


Robot  Body  Language  Programming: 

Building  in  part  on  Steele's  work,  David  Lees  [10]  is 
developing  a  text-free  robot  progranuning  environment. 
Key  features  of  the  environment  include:  a  storyboard 
programming  metaphor;  grapt  ic  representations  with 
readily  inferable  meaning;  composition  primitives; 
motion  primitives;  orientation  primitives;  grasp 
primitives;  and  environmental  mapping.  Whereas  visual 
language  programming  uses  a  linguistic  framework, 
body  language  programming  uses  a  kinesthetic  analogy. 
Motions  are  represented  by  animation  with  mime 
qualities.  Gesture  replaces  words. 

Robot  Learning  of  Natural  Language: 

From  our  earliest  work  with  voice  recognition,  it  has  been 
clear  that  the  RUI  should  be  as  naturalistic  as  possible. 
After  a  disappwinting  adventure  in  classical  natural 
language  parsing,  Liang  [11]  demonstrated  robot 
learning  c""  natural  robot  language  commands.  Their 
approach  uses  an  axiomatic  language  model  to  leam  by 
example  and  avoids  the  general  requirement  for  prior 
understanding  of  syntax  and  semantics.  Learning 
behavior  was  successfully  demonstrated  for  English, 
German  and  Chinese  instructions  to  assemble  a  simple 
bracket  in  Robot  World,  a  multi-robot  assembly  system. 

Dexterous  Grasp  Automation: 

Many  investigators  have  worked  on  grasp  mechanics 
[11,12].  All  conclude  that  sensory  information  from  the 
point  of  contact  with  a  grasped  object  is  critical  for  both 
grasp  assurance  and  dexterity.  Cutkosky  and  Howe 
developed  specialized  slip  sensors  modeled  after  known 
properties  of  human  tactile  responses.  Now,  Cutkosky, 
Howe  and  Kovacs  [13]  are  developing  a  micro-shear- 
sensor  compatible  with  soft  finger  materials.  However,  it 
will  be  several  years  before  robust,  commercially 
supported,  grasp  automation  will  be  available. 

Point  and  Direct  Teierobotics: 

After  several  years  in  our  clinical  laboratory,  David  J. 
Cannon  (14,15)  decided  to  find  a  better  way  to  designate 
way-points.  They  are  the  Sjjatial  coordinates  required  for 
task  programming.  This  is  an  especially  important  issue 
with  mobile  assistive  robots.  One  result  of  his  work  is  a 
practical,  moderately  low  cost,  3-D  "mouse"  that  allows 
the  user  to  specify  the  coordinates  of  a  point,  or  virtual 
point,  in  the  working  environment  (not  just  on  the 
display  screen).  The  approach  supports  "put  that  there" 
and  "go  around  here"  syntax  commands. 

Hybrid  Force- Position  Control: 

Jeff  Kerr  116]  has  made  an  especially  useful  contribution 
to  a  critical  adaptive  robot  technology.  His  commercially 
available  Zebra-ZERO  manipulator  is  force  and  position 
controlled.  Long  the  subject  of  laboratory  research,  this  is 
perhaps  the  first  human  scale  arm  readily  programmed 
to  move  in  a  desired  direction  with  a  specified  force. 
This  feature  allows  the  programmer  to  imbed  test 
conditions  in  the  task  code.  1  csts  assure  that  operations 
continue  as  planned.  If  not,  the  robot  explores  the 
environment  tactually  and  goes  on  if  possible.  An 
example  from  our  work  deals  with  diskette  insertion  and 
retrieval.  A  test  case  showed  that  force-position 
programming  takes  longer  than  position  only  control  but 
that  the  tasks  themselves  are  more  robust. 

Non  Homogeneous  Fault  Tolerance: 

After  safety,  no  single  factor  has  been  more  important  in 
our  clinical  field  trials  than  reliability.  Not  surprisingly, 
safety  and  reliability  are  strongly  dependent  on  the  same 
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underlying  technical  issues.  To  date,  most  safety  and 
reliability  considerations  have  been  passive.  We  are 
careful  to  build  things  with  large  safety  factors.  It  is 
appropriate  and  timely  to  move  forward  with  active 
safety  and  fault-tolerant  control.  George  Toye 
demonstrated  a  non-homogenous  fault-tolerant 
architecture  and  operating  system  that  could  maintain 
normal  operation  of  a  prototype  wheelchair  in  the  face  of 
sensor  and  actuator  degradation  and  failure.  The 
approach  is  compatible  with  manipulator  requirements. 

DTSCUSSION 

The  robot-user-interface  presents  many  challenges.  We 
may  build  upon  advances  in  graphical-user-interface 
design  but  must  go  beyond  them  to  explicitly  address  to 
the  physical  realities  of  robot  teleoperation.  I  have 
described  several  lines  of  RUI  investigation  in  our 
laboratory.  Three  should  deserve  your  special  interest: 
visual  language  programming;  hybrid-force-position 
control;  and  fault-tolerance. 

Cost-benefit  evidence  supports  the  value  of  assistive 
robot  technology  118].  Now,  the  situation  is  one  of 
continuing  development  and  refinement  based  on  user- 
centered  design  principles. 
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Al>jtrpct 

A  review  is  given  of  the  way  n  which  the  MANUS 
telethcsis  may  be  programmed  to  abtain  a  "configuration" 
adapted  to  a  particular  user.  Confii  urations  usually  consist 
of  different  "modes",  successively  sel  icted  to  gain  control  of 
various  movements.  Modes  are  progi  ammed  in  the  form  of 
"patchboards",  created  on  a  PC  with  i  "Patchboard  Editor" 
out  of  "functions"  from  a  library.  A  '  Configuration  Editor" 
permits  one  to  aeate  a  configuratii>n  out  of  a  set  of 
patchboards.  Once  compiled,  a  configuraiim  is  down- 
loaded into  MANUS  to  define  its  hu  nan  interface 
characteristics. 


Introduction 

The  MANUS  telethcsis  was  designed  to  be  adaptable  to 
users  with  different  types  of  remaining  control  functions. 
Therefore,  it  mu.st  be  possible  to  configure  the  MANUS 
system  to  be  controlled  by  different  types  of  input  devices 
(controls)  and  adapt  the  control  procedures  accordingly. 
Furthermore,  it  should  also  be  possible  to  adapt  the  system 
to  individual  user  needs  and  evolve  with  him  if  necessary. 
For  historical  reasons,  the  first  group  of  users  for  which 
confiisurations  were  developed  consisted  of  persons  with 
muscular  diseases,  still  having  limited  finger  movements 
available  to  manipulate  controls. 

To  make  this  possible,  the  MANUS  system  was  equipped 
with  two  microprocessors,  one  to  take  care  of  basic  servo 
control  functions,  coordinate  transforms,  etc.,  and  the  other 
one  with  software  to  program  tiic  user  conirol  procedures. 
Since  the  MANUS  telethcsis  was  designed  to  be  attached 
to  the  wheelchair,  it  has  to  operate  primarily  in  an 
unstructured  human  environment,  and  most  effort  has  been 
put  into  control  procedures  of  direct  interactive  control  of 
grippcr  movements  by  the  u.scr.  In  addition  some  limited 
"leach  by  doing"  programming  of  points  in  space  and  of 
movement  patterns  will  be  added  ultimately. 

In  this  paper  the  present  state  of  programming  user 
configurations  will  be  discu.«cd.  Only  some  of  the 
characteristics  of  the  interactive  control  of  movements  can 
be  programmed  today,  corresponding  both  with  pro- 
gramming of  the  transfer  functions  hclwccn  user  control 
inputs  to  grippcr  movements  in  space  and  with 
programming  of  the  way  different  modes  or  menu  pages 
arc  selected. 

The  objective  is  to  make  programming  acces.sible  to 
perjions  concerned  with  the  functional  rehabilitation  of  the 
user  rather  than  to  robotics  and  computer  specialists, 
Therefore,  it  was  decided  to  provide  high-level  instruction.s 
in  terms  of  movements,  rather  than  more  versatile  low- 
level  ones  more  appealing  to  technically  inclined  people. 
F"or  the  latter  ('.roup  another  sel  may  have  to  be  made 
available. 


General  organization. 

The  firmware  resident  in  the  controller  consists  of  a 
program  capable  of  executing  instructions  given  in  the 
form  of  OPCODES,  optimized  for  the  interactive  control 
of  movements.  A  configuration  can  be  downloaded  into 
memory  to  define  the  transfer  functions  in  the  form  of 
strings  of  opcodes.  In  order  facilitate  the  aeation  of  the 
downloadable  file,  a  number  of  tools  have  been  developed 
in  the  form  of  editors  running  on  IBM-compatible 
computers. 

To  facilitate  the  definition  of  a  configuration,  different 
functional  levels  are  defined: 

•  A  connguration  describes  the  complete  set  of 
controllable  movements  accessible  to  the  user  with  the 
corresponding  controls  as  input  devices. 

•  A  configuration  consists  of  different  control  modes, 
corresponding  with  pages  of  a  menu.  A  mode  defines 
the  transfer  functions  and/or  the  instructions  accessi- 
ble with  the  different  user  controls. 

•  A  mode  is  programmed  in  the  form  of  one  or  more 
patchboards.  At  this  time  a  mode  is  described  by 
three  patchboards:  a  pre-patchboard,  a  mode 
patchboard,  and  a  post-patchboard.  Pre-  and  post- 
patchboards  arc  the  same  for  all  modes,  the  mode- 
patchboard  is  particular  for  the  corresponding  mode. 

•  Patchboards  consist  of  chains  of  functions,  either 
linking  input  variables  to  output  variables  in  more  or 
less  complex  ways  or  defining  actions  to  take  place  un- 
der certain  conditions  (e.g.  to  change  mode  or  to  move 
in  a  pre-programmed  way). 

•  Functions  finally,  consist  of  a  string  of  one  or  more 
opcodes,  which  can  be  executed  by  the  controller. 

To  the  programmer  of  user  configurations  opcodes  are  not 
made  accessible  and  functions  are  the  lowest  elements  he 
can  use, 


Functions 

Functions  are  made  available  in  the  form  of  a  library  and 
more  functions  are  still  being  added  to  it.  Functions  may 
have  one  or  more  parameters  associated  with  them.  Dif- 
fc  rent  types  of  parameters  may  be  distinguished: 

•  constants, 

•  variables,  identified  by  a  name  to  be  given  to  them, 

•  patchlxiard  names. 

Different  groups  of  functions  exist  at  present: 


Initialization  functions  activate  a  control  procedure  in  the 
servo  controller,  thereby  defining  the  coordinate  frame  in 
which  movements  arc  specified  from  then  on  (joints, 
cartesian,  grippcr  referenced)  or  special  procedures  to  be 
carried  out  (folding  the  arm  out  oi  in,  calibration  and 
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tuning  procedures).  Some  typical  initialization  functions 
are: 

•  init -joint 

•  init-cartesian 

•  init-grip-cart 

•  init-Wd-out 

•  init-fold-in 

•  init-abs-zero 

None  of  these  functions  has  a  parameter  associated  with  ii. 
Using  an  initialization  function  also  introduces  the  names 
of  the  output  variables  (in  a  "memory  map")  that  are  made 
accessible  to  subsequent  functions.  This  makes  patchboard 
desaiptions  (see  further)  more  readable  and  avoids  errors 
of  acting  for  the  wrong  output  variables.  For  example,  the 
output  variables  controllable  after  init-cartesian  are 
velocities  in  cartesian  coordiiutes: 

•  aO-spced:  column  up/ down; 

•  x-speed:  gripper  towards  and  away  from  the  user; 

•  y-spced:  gripper  right  and  left  as  seen  by  the  user; 

•  z-speed:  gripper  up  and  down; 

•  yaw-speed:  gripper  rotation  about  a  vertical  axis; 

t   pitch-speed:  gripper  up/down  about  a  horizontal  axis; 

•  roll-speed:  gripper  rotation  about  its  longitudinal  axis; 

•  gripper:     gripper  opening  and  dosing. 

Key  Interpretation  functions  select  the  way  in  which  kcy- 
striies  on  a  matrix  keyboard  (or  switch  activations)  will  be 
taken  into  account  in  subsequent  functions.  The  correspon- 
ding ftmctlons  are: 

•  key:while-down  (as  long  as  the  key  is  being  pressed) 

•  key:while-up  (as  long  as  the  key  is  not  pressed) 

•  key:going-down  (the  transition  of  pressing  the  key 
down) 

•  key:goiog-up  (the  transition  of  releasing  the  key) 

The  tatter  two  only  result  in  one  short  activation  (one 
sampling  period  of  40  ms). 


Key  action  functions  read  out  the  keyboard  (or  switch) 
inputs  or  use  a  key  activation,  interpreted  following  one  of 
the  four  functions  listed  above,  to  control  a  movement  out- 
put into  one  or  more  directions.  Some  typical  functions  arc: 

•  1-kcy-ctrI  (keyl,speed,output) 

•  1 -kcy-ctrl-add  (keyl,speed,output) 

•  2-key-ctrI  (keyl,key2,speed,output) 

•  2-key-ctrI-add  (kcyl,key2,spced,oi  tput) 

•  8-kcy-gain-set  (meml,mem2,speed) 

•  8-kcy-ctrI  (meml,mem2,outputl,output2,kcyl,...,kcy8) 

•  key-new-patchb  (keyl,patchboard  name) 

The  function  2-key-ctri  sets  the  output  variable  to  "bpecd" 
value  in  the  positive  direction  when  kcyl  is  "activated  (sec 
"key  interpretation  functions"),  to  "speed"  value  in  the 
opposite  direction  when  key2  is  activated,  or  zero  in  other 
cases.  If  one  wishes  to  add  the  effect  of  these  keys  to  a 
previously  defined  value  for  the  output,  then  the  function 
2-Uey-ctrI-add  must  be  used.  Similar  functions  exist  for 
control  with  one  key  or  with  8  keys,  arranged  in  a 
relocatable  square  to  simulate  a  joystick-like  control. 
Key-new-patchb  selects  a  new  patchboard  when  the  key 
condition  is  .satisfied.  ^Tiercas  for  the  fir.st  ones  the 
condition  will  usually  be  defined  by  key:while-down,  in  the 
latter  case  key.going-up  usually  is  more  convenient  in  order 
to  make  sure  that  the  next  patchboard  is  entered  with  the 
key  released. 


Proportional  movement  control  functions  to  use  a 
proportional  control  input  device  like  a  joystick  to  control 
gripper  movements  in  velocity  or  position  control  modes: 

•  prop-speed-ini  (input  chaimel,meml) 

•  prop-speed-ctr  (inputchanneI,meml,dead-zone,gain, 
output) 

•  prop-spced-add  (input  channel,meml,dead-zone,gain, 
output) 

•  prop-pos-ctr  (input  chaimeI,meml,gain,output) 
«  prop-pos-add  (input  chaimel^eml,gain,output) 
These  functions  are  largely  similar  to  the  2-key-ctrl  ones 
above.  The  initialization  makes  sure  that  the  input  value 
(e.g.  joystick  position)  at  the  moment  the  mode  is  entered 
is  taken  as  the  zero  reference  for  velocity  control  or, 
similarly,  for  the  control  of  changes  in  position.  This  initial 
value  is  stored  in  meml,  a  memory  address  to  be  named. 
For  the  -ctr  and  -add  functions,  a  dead-zone  value,  a  gain 
(between  ±  1),  and  the  output  variable  must  be  defined  as 
parameters. 

I^  functions  similar  to  the  key-  and  prop-  type  functions 
have  been  developed  (and  more  are  still  under 
development)  to  have  the  same  possibilities  with 
keyboards,  switches  and  proportional  controls  communi- 
cating with  MANUS  through  the  bus  as  an  alternative 
input.  New  functions  for  this  bus  are  output  functions  to 
control  external  .switch  functions  or  generate  proportional 
output  signals.  These  are  particularly  useful  for  interfacing 
with  wheelchair  control  units.  In  a  later  phase  similar 
functions  are  expected  to  be  developed  for  communication 
with  the  "M3S"  bus,  developed  for  the  wheelchair  environ- 
ment in  a  European  TIDE  project  of  the  same  name. 


General  movement  control  functions: 

•  do-not-move 

•  move-allowed 

•  reverse-move  (output) 

•  gain-n  (output) 

The  do-not-move  function  sets  all  output  variables  to  zero 
and  prevents  any  movement  to  be  carried  out,  even  if 
output  variables  are  redefined  by  functions  like  those  pre- 
sented above.  It  does  allow  the  redefinition  of  the  output 
values,  however.  The  move-allowed  function  removes  the 
movement  block  and  allows  movements  to  be  carried  out 
as  specified  by  the  values  of  the  outputs  defined  before 
this  instruction  or  as  modified  afterwards.  Do-not-move 
used  in  a  pre-patchboard  will  reset  all  outputs  to  zero,  but 
allows  their  modification  in  the  subsequent  mode 
patchboard  (thereby  always  making  sure  that  only  actively 
changed  outputs  will  be  effectuated  at  the  end  of  each 
sampling  time  of  40  ms). 

The  reverse-move  and  gain-n  (n  =  2,3,4,5,8)  instructions 
respectively  change  the  value  of  the  output  into  its  negative 
value  and  in  its  n  times  amplified  value,  but  limited  to  a 
certain  maximum  value  to  prevent  overflow. 

Display  functions: 

•  display  (code  number) 

•  monitor-page  (page  number) 

Display  is  used  to  define  the  5x7  matrix  symbol  on 
displays  on  the  arm  and  on  an  external  display. 
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The  display  patterns  have  to  be  selected  from  a  library,  in 
Firmware  present  in  MANUS. 

Monitor-page  may  be  used  to  transmit  a  page  number  over 
the  RS232  bus  to  an  external  PC,  where  it  can  be  used  by 
the  IRV  MANUS  Monitor  interactive  teaching  program  to 
display  relevant  information  corresponding  with  the  present 
mode.  The  pages  displayed  are  DOS  files  that  can  easily  be 
made  or  modified  in  the  field,  both  to  document  new 
patchboards  and  to  facilitate  training. 


Patchboards 

The  functions  available  in  the  library  may  be  used  to  create 
patchboards  for  specific  modes.  For  this  purpose  the 
MANUS  Patchboard  Editor  program,  nmning  on  a  PC, 
must  be  used.  This  program  uses  a  menu  structure  to 
select  the  different  operations.  It  includes  two  types  of 
HELP  functions  to  get  access  either  to  relevant  instructions 
on  operating  the  editor  or  to  the  information  included  with 
each  function  in  the  library. 

The  Main  menu  of  the  MANUS  Patchboard  Editor  gives 
access  to  the  following  options: 

•  Create  new  Patchboard  (from  scratch) 

•  Copy  Patchboard  (as  a  basis  to  create  a  new  one) 

•  Edit  (an  existing)  Patchboard 

•  Print  Patchboard 

•  Edit/view  Catalog  (of  presently  cxistmg  patchboards) 

•  Eat 

When  one  of  the  First  three  options  is  selected,  variables 
may  be  deFmed  and  functioas  may  be  included,  deleted  or 
edited  in  the  patchboard.  Fimctions  may  be  selected  by  a 
ci,..sor  in  the  library  list  presented  on  the  screen.  The 
•.'ditor  also  asks  for  the  function  parameters  to  be  speciFicd 
and  allows  to  add  comments. 

Exampie  I:  Pre-patchboard  for  keyboard  configurations.  It 

contains  only  three  functions: 

read-keys 

do-not-move 

end 

It  reads  the  matrix  keyboard  to  prepare  the  use  of  the  keys 
in  consecutive  mode-  and  post-patchboards.  It  also  sets  all 
outputs  to  zero  and  prevents  any  movement  to  take  place 
at  the  end  of  the  cycle  unless  allowed  in  consecutive  mode- 
or  post-patchboards,  as  mentioned  imder  the  'general 
movement  control  functions". 

It  also  includes  tables  (not  shown)  to  deFme  the  names  of 
the  keys  of  the  matrix  keyboard  used  in  relation  to  their 
physical  input  connections  to  MANUS.  Note  that  this  de- 
Fmition  is  given  in  the  pre-patchboard,  of  which  there  is 
only  one  in  a  conFiguration.  In  this  way,  it  is  possible  to 
adapt  a  conFiguration  to  keyboards  or  switches  with 
somewhat  different  connections  and  store  pre-patchboards 
for  different  types  of  keyboards  in  a  library  for  use  in 
different  configurations. 


Example  2:  mode  patchboard  for  keyboard-control  of 
XYZ  movements  of  the  gripper.  It  contains  IS  functions 
and  one  'label': 

init-cartesian 
display  (26) 

8-key-gain-set  (specd-x&y,speed-diagonal,10) 
:start 

BEGIN  (:start) 
key:while-down 

8-key-ctrl  (speed-x&y,speed-diagonal,x-speed, 
y-speed,key-2.2,key-2.3,key-2.4,key-3.4,key-4.4, 
key-43,key-4.2,key-3.2) 

2-key-ctrl  (key-3.1,key-4.1,10,z-speed) 

2-key-ctrl-add  (key-l.l,key-2.1,08,z-spced) 

2-key-ctrl  (key-2. l,key- l.l,02,roU-speed) 

2-key-ctrl  (key- 1 .3,key- 1 .4,08,gripper ) 

key:gomg-up 

key-new-patchb  (key-3.3,@PBJUMP) 

move-allowed 

monitor-page  (OE) 

END 

The  First  three  functions  select  the  cartesian  control 
procedure,  set  the  display  symbol,  and  deFme  the  speeds  to 
be  used  later.  These  functions  are  executed  only  the  First 
(sampling)  time  after  the  mode  has  been  entered.  The 
BEGIN  (start)  function  makes  the  next  cycle  to  begin  at 
the  :start  position. 

The  key  interpretation  function  key:while-down  makes  the 
following  key  action  functions  to  be  activated  as  long  as  a 
key  remains  pressed  down.  The  names  'key-n.m"  of  the 
keys  used  in  the  latter  functions  refer  to  row  n  and 
column  m  in  a  4x4  matrix  and  have  been  defined  in  the 
pre-patchboard.  Controllable  output  variables 
column-speed,  x-speed,  y-spced,  z-speed,  yaw-speed, 
pitch-speed,  roll-speed  and  gripper  were  automatically 
deFmed  by  selecting  the  cartesian  initialization  function. 

The  8-key-ctrl  function  controls  gripper  velocities  in  a 
horizontal  plane  in  8  directions  with  a  velocity  value  10, 
deFmed  in  the  8-key-gain-sct  function  and  transferred 
through  their  shared  (memory)  parameters  speed-x&y  and 
speed-diagonal. 

Movement  in  the  vertical  (z)  direction  is  controlled  both 
by  the  first  2-key-ctrl  function  with  keys  3.1  and  4.1.  and  by 
the  following  2-key-clrl-add  function  with  keys  1.1  and  2.1. 
These  latter  keys  are  also  used  in  the  next  function  to 
control  gripper  roll  (gripper  rotation  about  its  longitudinal 
axis).  Pressing  one  of  these  keys  therefore  results  in  a 
simultaneous  rotation  and  vertical  displacement  of  the 
gripper,  optimized  to  simulate  a  drinking  movement,  but 
also  useful  when  pouring  a  drink  into  a  glass. 

The  key-new-patchb  function  is  preceded  by  the  key;going- 
up  function,  and  therefore  is  activated  when  key-3.3  is 
released.  The  patchboard  to  be  activated  has  to  be  defined 
later  with  the  configuration  editor  when  all  oatchboards 
included  within  the  configuration  are  known. 
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The  move-allowed  instruction  finally  authorizes  the 
spedfiid  movements  to  be  executed,  in  spite  of  the  fact 
that  not  all  controllable  output  variables  have  been  defined 
here  since  the  missing  variables  were  already  set  to  zero  in 
the  preceding  pre-patchboard. 

Patchboards  are  stored  as  separate  files  and  included  in  the 
patchboard  catalog  upon  their  creation.  The  "Edit/view 
catalog"  option  of  the  patchboard  editor  gives  access  to  the 
following  selections: 

•  Import  Patchboard 

•  Remove  Patchboard 

•  View  Description 

•  Edit  Description 


Conllguraflons 

Configurations  are  cr  :ated  ".-.ta  the  "MANUS 
Configuration  Editor"  program  on  a  PC.  The  creation 
begins  by  selecting  the  patchboards  to  be  included  in  the 
configuration  from  the  catalog  displayed  on  the  screen.  A 
configuration  must  contain  an  initialization  patchboard 
defining  start-up  operations,  a  pre-  and  a  post-patchboard, 
and  one  or  more  mode  patchboards. 

Once  the  patchboard  set  has  been  selecud,  the  "patchboard 
jump"  parameters  have  to  be  defined  in  all  patchboards 
containing  them.  The  selection  is  made  with  a  cursor  from 
the  previously  defmed  set  of  patchboards.  A  page  of 
comments  may  be  added  at  the  end. 

Another  option  in  the  configuration  editor  must  be  used  to 
compile  a  newly  created  configuration  file  into  a  file  down- 
loadable into  the  MA^aJS  controller.  Existing  configu- 
rations may  also  be  re-compiled  to  update  them  when 
changes  have  been  made  within  the  patchboard  files  (as 
long  as  the  transitions  between  the  patchboards  remain  the 
same). 

Finally,  the  MA^aJS  Download  Program  is  used  to 
download  the  compiled  configuration  file  into  the  MANUS 
system  through  a  RS232  link.  MANUS  is  then  ready  to 
operate  with  the  new  configuration.  The  RS232  link  may  or 
may  not  be  maintained  to  run  the  MANUS  Monitor 
program  for  interactive  information  about  each  of  the 
modes  used. 


Conclusion 

With  the  editors  and  the  function  set  available  today  it  is 
possible  to  create  or  modify  in  a  fairly  simple  way 
configurations  adapted  to  different  users  of  the  MANUS 
telethesis.  Today,  most  experience  has  been  obtained  with 
keyboard-controlled  configurations,  but  the  function  set  is 
gradually  extended  to  include  other  control  inputs. 

Some  user-unfriendly  aspects  still  remain  in  today's 
editors,  like  the  need  to  assign  addresses  to  variables  being 
defmed  and  the  use  of  hexadecimal  numbers  for 
parameters  rather  then  decimal.  In  future  updates  of  the 
editors  and  the  firmware  within  MANUS  these  aspects  will 
be  gradually  improved. 

Nevertheless,  experience  will  ht.ve  to  teach  us  whether  and 
to  what  extent  the  objective  of  making  programming  of 
MANUS  accessible  to  others  than  technically  skilled 
persons  can  be  reached.  One  option  being  considered  is  to 
have  different  levels  of  access  to  modifying  and  creating 
configurations,  ran^ng  from  a  limited  authorization  to 
modify  some  parameters  within  given  ranges  up  to  fxill 
access  to  all  features.  User  safety,  product  liability,  and 
warranty  considerations  are  complicating  factors  in  this 
respect. 
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Introduction 


Over  the  last  twenty  years  medical  science  has  made 
enormous  progress  in  the  treatment  and 
rehabilitation  of  persons  with  spinal  injuries.  This 
means  that  there  are  an  increasing  number  of  people 
now  surviving  with  only  very  limited  movement, 
who  would  in  the  past  have  died.  In  some  cases 
young  people  are  condemned  to  life  with  only 
tongue,  eye  and  head  movement  This  presents  a 
new  and  urgent  need,  that  can  only  be  met  by 
engineers  and  other  professionals  woricing  together. 
This  is  a  very  real  challenge,  that  must  be  addressed 
by  the  best  minds  of  our  generation. 

InventAid  was  founded  as  a  non-profit  making 
organization  to  develop  devices  to  help  the  disabled 
and  especially  for  the  spinally  injured.  In  the  past 
we  have  been  funded  by  donations  from  ASPIRE, 
Comic  Relief,  and  other  charities  and  our  workshop 
has  been  provided  free  by  Spitting  Image 
Productions  Limited.  AirMuscle  Limited  provide 
administration  and  accounting  free  and  the  directors 
Dr.  Robin  Platts  and  Jim  and  Yvonne  Hennequin 
provide  their  services  free. 

Wheelchair  Mounted  Manipulator 

Over  the  last  four  years  we  have  been  developing  a 
pneumatic  wheelchair  mounted  manipulator  arm  for 
use  by  the  paralysed  and  this  is  based  on  the 
Flcxator*  air  muscle.  This  is  a  patented  pneumatic 
actuator  which  is  particularly  suitable  for  use  by  the 
disabled.  To  test  the  suitability  of  the  system  a 
simple  manipulator  was  made  for  a  girl  in  North 
London,  who  has  muscular  dystrophy.  This  arm 
enables  her  to  paint,  eat  and  generally  look  after 
herself.  Her  wheelchair  is  fitted  with  a  twelve  volt 
compressor,  air  tanks  and  control  system,  and  the 
system  has  proven  itself  by  operating  satisfactorily 
for  two  years  without  maintenance. 

We  have  also  completed  several  prototypes  of  the 
full  manipulator  arm,  the  latest  of  which  will  lift 
three  kilograms  from  the  floor  up  to  four  foot  from 
the  ground.  It  is  sufficiently  sensitive  to  pick  up  an 
egg  and  with  only  a  few  minutes  training  it  is 
possible  for  anyone  to  lift  a  cup  up  to  the  mouth 
and  drink  from  it.  The  system  could  Ix;  rctro-fitted 
to  almost  any  electric  wheelchair  and  should  not 


cost  more  than  $4,800,  when  manufactured  in 
quantities  of  500  or  more  a  year.  The  latest  version 
has  been  on  liial  by  tetraplegics  in  London  and  is 
now  in  production  in  Cambridge. 

Palatial  Tongue  Controller 

Those  with  high  neck  injury,  who  only  have  head, 
eye  and  tongue  movement,  would  be  unable  to 
control  a  wheelchair  manipulator  or  any  other 
device  if  we  had  not  also  developed  a  system  to  suit 
their  needs.  Devices,  which  make  use  of  the 
movement  to  the  head  are  not  popular  with 
tetraplegics  because  they  are  obtrusive  and  because 
they  rob  the  individual  of  the  last  body  language 
they  have  remaining. 

Our  director.  Dr.  Robin  Platts  originated  the  concept 
of  a  tongue  controller  and  Matthew  Steinberg  and 
Jim  Hennequin  have  been  perfecting  such  a  system 
over  the  last  two  years.  This  system  consists  of  a 
dental  plate,  which  is  fitted  to  the  upper  teeth 
having  small  plates  which  are  touched  by  the 
tongue.  A  minute  receiver  and  U-ansmitter  signals 
the  tongue  movements  to  a  coil  worn  around  the 
neck  and  thence  to  the  controls  of  the  wheelchair 
mounted  robotic  arm.  The  tongue  is  a  perfect 
muscle  for  the  purpose  of  conU'olling  devices 
because  it  is  fast,  accurate  and  hidden  from  view. 
The  system  has  been  proven  to  be  viable  and  will  be 
ready  for  production,  when  we  have  completed  the 
miniaturization  of  the  circuits  for  tlie  receiver  and 
U-ansmitter.  The  system  could  also  be  used  by 
paralysed  people  to  conuol  the  wheelchair  itself, 
computers,  their  environment  and  even  motor  cars. 
The  palatal  tongue  conuoller  is  particularly  useful  to 
get  the  spinally  injured  back  to  work.  Via  our 
mouse  emulator  the  paralysed  person  can  use  CAD, 
desktop  publishing,  wordprocessing,  paintbox  and 
many  other  computer  systems  at  the  same  speed  as 
every  other  employee.  The  InventAid  tongue 
conu^olier  was  a  finalist  in  last  years  Archimedes 
Awards.  Both  our  arm  and  tlie  tongue  conuoller  are 
the  only  economically  viable  syiitems  available  in 
the  world  at  present. 

*  The  Trademark  FLEXATOR  is  the  property  of 
AirMuscle  Limited. 
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HANDV  1  ROBOTIC  AID  TO  EATING:  A  STUDY  IN  SOCIAL  IMPACT 


Dr.  Marian  Whittaker 
C.A.S.E.,  Keele  University 
Staffordshire,  ST5  5BG,  UK 


Abstract 

Twenty  users  of  the  Handy  1  Robotic  Aid  to  Eating 
were  surveyed  in  order  to  gain  information  on  user 
response  to  it  All  had  been  users  of  the  aid  for 
more  than  three  months.  Data  collection  was  by 
personal  interview  using  an  open-ended 
questionnaire,  in  some  cases  more  than  one  visit 
being  necessary  to  complete  the  interview.  A 
number  of  issues  were  raised,  some  of  which  will 
mean  adaptations  to  the  design  of  the  aid  and  a  re- 
evaluation  of  the  way  in  which  training  is  provided 
for  the  users.  The  overall  response  was  positive  and 
the  aid  was  viewed  as  an  innovative  and  useful  aid 
to  rehabilitation. 


In  1988,  a  survey  of  local  schools  and  Adult 
Training  Centres  (A.T.C.'s)  within  a  fifty  mile 
radius  of  Keele  had  identified  individuals  who,  it 
was  thought,  could  benefit  fi-om  the  use  of  Handy  1. 
However,  in  addition  to  physical  disability,  most 
had  learning  difficulties  ranging  from  moderate  to 
profound  and  all  but  seven  had  severe 
communication  problems.  By  the  end  of  1990,  36 
aids  were  in  regular  use  with  6  people  having  2 
each.  Ages  ranged  from  4  to  82  years  (Table  1). 

Table  1 .  Age  Distribution  of  Users 


Years 

Numbers 

Introduction 

Under  5 

1 

The  work  on  the  Robotic  Aid  to  Eating  began  in 

5-10 

3 

October  1987  and  the  relatively  simple  design  of  the 

10-20 

10 

early  days  has  given  way  to  the  far  more 

21-30 

6 

sophisticated  version  known  as  Handy  1.  Right 

30-40 

5 

from  the  beginning  certain  criteria  were  specified: 

40-50 

3 

50-60 

•        The  equipment  must  be  relatively  low-cost; 

60-70 

1 

•        It  must  allow  a  person  to  eat  a  meal  unaided; 

70-80 

•        It  must  allow  the  user  to  choose; 

80+ 

1 

•        It  must  offer  the  opportunity  for  increased 

dignity  and  confidence  building. 

30 

The  human  element  of  robotics  has  received 
relatively  little  attention  in  comparison  to  the  time 
and  effort  devoted  to  innovation  and  perfection  in 
mechanical  and  electronic  design.  This  is  not  only 
true  of  rehabilitation  robotics,  where,  until  recently, 
very  few  systematic  surveys  of  user  factors  have 
been  undertaken,  but  also  of  industrial  robotics, 
according  to  a  comprehensive  review  by  Mcllvaine 
Parsons  (1988).  This  neglect  of  robotic  users  may 
be  relatively  unimportant  in  industrial  settings  where 
many  tasks  are  pre-programmed  in  order  to 
deliberately  exclude  human  intervention  but  it  is 
unthinkable  to  ignore  the  various  potential  user 
groups  when  designing  applications  of  rehabilitation 
robotics:  quite  simply,  if  the  machines  are  not  used 
they  are  useless. 

Method 


Twenty  users  were  selected  from  this  group  to  take 
part  in  the  survey.  This  represented  all  those  who 
had  had  the  aid  for  more  than  three  months.  Where 
possible  users  were  interviewed  but  more  often  the 
respondent  was  a  parent,  teacher,  or  therapist  All  of 
the  subjects  had  to  have  been  either  a  user,  or 
working  with  a  user  of  the  aid  for  3  monihs  or 
longer  (Table  2).  The  range  was  3  months  to  2.5 
years. 


Table  2. 

Users 

Parents 

Therapists 

Teachers 

Nurse 

Centre  Manager 


Respondents 

6 
5 
4 
3 
1 
1 


Participants 


Total 


20 
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The  aids  had  been  placed  in  a  number  of  different 
settings.  (Table  3). 

Table  3.  Location  of  Robotic  Aias  to  Eating 

Schools  1 1 

Nursery  Schools  1 

Private  homes  15 

Adult  Tr.  Centres  2 

Hospitals  5 

Residential  Homes  2 

Total  36 

It  was  noted  that  some  settings  were  much  better 
than  others  at  accommodating  and  accepting  the  new 
technology.  Those  individuals  gaining  the  most 
benefit  from  the  aid  were  those  using  one  both  at 
school  and  home.  The  fact  that  tliey  had  chosen  to 
have  an  aid  in  both  settings  reflected  their 
preference  for  feeding  themselves  at  all  times  if 
possible.  Howevi  each  place  showed  up  its  own 
advantages  and  disadvantages.  What  was  common 
to  each  was  that  the  aid  had  to  be  effectively 
managed  in  order  for  the  user  to  gain  the  maximum 
benefit. 

Method 

Handy  1  was  used  for  at  least  one  meal  each  day  by 
all  respondents.  Where  the  user  had  one  aid  at 
school  and  one  at  home,  two  meals  a  day  were 
usually  eaten  with  the  aid.  The  meal  most  likely  to 
be  missed  was  breakfast. 

A  questionnaire  was  constructed.  Specific  questions 
were  asked  about  initial  reaction  and  training,  where 
the  aid  was  used  and  how  often.  The  latter  part  of 
the  questionnaire  was  left  open-ended  to  encourage 
the  users  to  discuss  any  issues  they  wanted  to  raise. 

All  respondents  were  approached  by  telephone  and 
all  agreed  to  take  part  in  the  research.  Interviews 
took  place  in  users'  homes,  schools,  -aA  hospitals. 

Results 

It  is  most  convenient  to  present  the  results  under 
three  major  headings.  The  acquisition  of  the  aid, 
the  aid  in  everyday  use  (housekeeping)  and  personal 
development.  Some  discussion  of  the  findings  will 
take  place  as  issues  are  raised. 

Acquisition  and  Traliiing 

Initial  Reaction 


For  most  of  the  respondents  their  visit  to  the  clinic 
had  been  their  first  opportunity  to  see  the  aid.  In 
every  case  there  had  been  a  matter-of-fact 
acceptance  of  it.  They  saw  it  very  much  as  a  means 
to  an  end  -  it  was  solely  its  functionality  that 
intei  ;sted  them  at  this  stage.  They  all  felt  that  they 
had  been  given  a  reasonable  amount  of  time  to  try 
it  out  and  ask  questions  before  deciding  to  proceed. 

Seating 

Five  subjects  stated  that  it  was  at  this  initial  trial 
that  they  realised  that  they  had  seating  problems. 
Because  the  spoon  does  not  change  its  position  in 
the  same  way  that  a  human  helper  will 
accommodate  shifts  in  user  position  it  soon  became 
apparent  to  them  that  their  chair  was  offering 
inadequate  suppoi'.  These  users  were  assessed  for 
new  bodyforms  in  their  wheelchairs  and  it  was 
brought  home  to  us  that  when  you  change 
something  in  the  environment  there  is  a  knock-on 
effect.  Using  the  aid  showed  up  strikingly  how 
seating  can  became  inadequate  almost  imperceptibly. 
The  presentation  of  the  spoon  in  the  same  position 
each  time  gave  the  users  and  carers  immediate  feed- 
back on  posture.  Correct  posture  was  not  only  more 
comfortable  and  made  eating  easier,  but  was  also 
felt  by  the  carers  to  improve  eye  contact 
opportunities. 

Delivery  and  Training 

The  robotic  aid  was  always  delivered  and  installed. 
Training  of  the  user  and  carer  took  place  together. 
In  some  cases  pre-training  was  needed.  This  was 
either  learning  to  activate  the  single  switch  or 
practice  at  taking  the  food  from  the  spoon. 

Table  4.  Satisfaction  with  Training 


Users 
Parents 
Therapists 
Teachers 
Manager 
Nurse 


Very 
Satisfied 

6 
4 
3 
1 


Moderately 
Satisfied 


15 


The  users  were  satisfied  with  the  instruction  Cfable 
4).  Some  of  the  carers  were  using  computers  for 
the  first  time  and  these  were  the  ones  who  felt  that 
although  their  instructor  had  been  willing  to  explain 
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things  to  them  as  often  as  it  took  they  still  were  iiot 
knowledgeable  enough  to  deal  >vith  the  unexpected. 

All  carers  stated  that  the  need  for  more  information 
and  skill  became  apparent  as  time  went  on.  As  long 
as  the  aid  remained  in  the  state  in  which  it  was 
delivered  they  were  fine,  but  if  they  "got  out  of  the 
program"  they  were  stuck.  During  the  course  of  the 
interviews  a  number  mentioned  that  a  manual  and/or 
a  training  video  would  be  useful.  (These  have  now 
been  produced.  The  Video  is  proving  useful,  but 
the  Manual  less  so.  The  reasons  most  often  given 
for  this  were  that  the  Manual  was  kept  in  "a  safe 
place"  and  they  could  not  access  it  easily,  but  more 
importantly  that  if  something  went  wrong  it  was 
always  when  a  meal  was  being  eaten  and  they  did 
not  want  to  keep  somebody  waiting  with  their  food 
going  cold  while  they  ploughed  through  the 
Manual).  The  most  recent  suggestion,  yet  to  be 
acted  upon,  is  that  a  'check-list  of  simple 
problems^solutions  be  produced  on  two  sides  of  A4, 
covered  in  wipe-clean  material  and  permanently 
attached  to  the  aid. 

While  there  was  an  overall  favourable  response  to 
training  all  the  carers  interviewed  thought  that  they 
would  leara  more  if  given  the  opportunity  to  be 
trained  on  the  aid  before  they  worked  with  their 
clients  on  it.  They  felt  that  if  they  built  up  their 
confidence  they  would  be  able  to  concentrate  on 
improving  the  user's  skills  at  mealtimes  rather  than 
concentrating  quite  so  much  on  the  aid.  One  carer 
felt  that  she  transmitted  her  nervousness  to  the  user 
and  wanted  to  avoid  this. 

The  carers  themselves  demonstrated  a  wide  range  of 
competence  with  the  aid.  50%  of  the  carers  were  in 
favour  of  attending  a  one-day  training  session  at  the 
University.  Those  who  felt  this  was  unnecessary 
were  employed  in  teaching  hospitals  or  day  centres 
where  technical  back-up  was  available  if  needed. 

General  Housekeeping 

The  following  issues  were  raised: 

Bulkiness  Ease  of  Use 

Storage  Difficulties  Hygiene 
Destructiveness  Cost/benefit 
Safety  Food  preparation 

Aesthetics 

Some  of  the  points  made  have  been  dealt  with  as 
the  research  has  continued,  although  current  users 
have  not  yet  had  the  benefits  fed  back  into  the 
system.  The  latest  version  of  Handy  1  is  smaller. 


there  are  nc  trailing  wires,  it  is  encased  in  ea.sy 
clean  material,  and  it  is  easier  to  fold  the  arm  away 
from  exploratory  fingers. 

However,  some  concerns  cannot  be  altered.  For 
example,  it  can  only  be  mains-powered,  so  that 
institutions  worrying  about  trailing  wires  in  a  dining 
room,  for  example,  will  need  to  effect 
environmental  changes  themselves. 

Cost/time  effectiveness 

Early  in  the  development  of  the  aid  it  had  been 
postulated  that  savings  in  man-power  would  soon 
offset  the  cost  of  buying  Handy  1.  The  equation  is 
not  so  straight  forward.  Initially,  extra  time  had  to 
be  allowed  for  training,  and  although  the  aid  has  an 
alarm  button  in  case  anyone  should  get  into 
difficulties  at  any  time,  for  the  more  severely 
disabled  the  carer  was  always  near.  One  special 
school  had  three  Handy  I's,  which  were  used  every 
day  for  meals  and  this  had  not  led  to  any  reduction 
in  man  hours  served.  It  was  not  perceived  as  a 
threat  by  the  carers,  mainly  because  they  viewed  it 
as  an  extension  and  enhancement  of  themselves  and 
not  a  replacement.  Once  the  system  was  up  and 
running  they  felt  that  the  quality  of  the  time  was 
improved  because  they  v/ere  freer  to  observe  the 
child  and  felt  that  they  communicated  with  the  child 
more  often  than  when  feeding  conventionally. 

Where  the  user  had  earlier  been  able  to  feed 
themselves,  the  carers  felt  that  some  time  was  saved 
but  more  generally  they  reported  that  they  could 
relax  more  over  mealtimes.  The  time  that  they 
"saved"  was  not  spent  elsewhere,  but  they  could  go 
back  to  a  mealtime  routine  closer  to  that  pertaining 
before  the  accident  or  illness. 

One  child  had  been  taken  off  a  conventional  feeding 
programme  because  his  parents  hoped  that  the 
robotic  aid  would  be  more  beneficial  in  the  long 
run.  They  had  invested  their  time  and  energy 
heavily  in  the  aid  even  going  so  far  as  to  make  a 
cardboard  mock-up  of  Handy  1  before  it  was 
installed  in  order  to  get  their  child  used  to  it.  They 
were  not  interested  in  saving  time  but  in  using  their 
time  as  effectively  as  they  couid.  When  interviewed 
they  felt  they  had  made  a  good  decision. 

Food 

The  users  felt  that  there  were  no  problems  about  the 
preparation  and  serving  of  food.  Some  foods  such 
as  soup  were  impossible  but  generally  speaking  they 
ate  everything  that  they  had  eaten  before.  This  was 
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particularly  true  of  children  handicapped  since  birth. 
The  spoon  loaded  most  easily  if  there  was  gravy  to 
help  foods  to  cohere  and  the  children  with 
swallowing  difficulties  had  always  been  fed  in  this 
way.  One  child  in  a  hospital  always  had  egg  and 
bacon  for  breakfast  He  also  had  cereal  of  a  type 
which  the  aid  had  difficulty  coping  with.  He  got 
round  this  by  eating  the  bacon  with  the  aid,  the 
carer  then  mashed  up  the  runny  egg  and  added 
cereal,  the  egg  helped  to  bind  the  cereal  and  keep  it 
on  the  spoon.  On  the  two  occasions  when  the  aid 
was  not  available  to  him  he  still  insisted  on  his 
cereal  being  prepared  this  way.  The  family  above 
discovered  that  the  aid  coped  very  well  with 
Chinese  food.  One  mother  was  preparing  a  booklet 
on  foods  that  work  particularly  well  with  the  aid 
and  the  most  attractive  ways  of  presenting  them. 

Whilst  types  of  food  was  seen  as  presenting  few 
problems,quantity  was  a  different  matter.  If  the  dish 
was  not  filled  to  the  line  marked,  the  spoon  did  not 
perform  as  well  as  it  was  capable  of.  This  was 
particularly  noticeable  in  the  nursery  school.  The 
food  did  not  fill  the  plate  and  although  the  child 
was  making  the  right  movements  he  was  not  being 
rewarded  with  a  spoonful  of  food. 

Safety 

Safety  concerns  were  expressed  about  Handy  1,  but 
it  was  only  in  relation  to  trailing  wires,  people 
walking  into  the  aid,  or  perhaps  knocking  it  over. 
Where  head  spasms  were  likely  to  occur  carers 
wanted  to  assure  themselves  that  there  was  not 
enough  force  behind  the  robot  to  do  any  damage  to 
the  user. 

Aesthetics 

As  the  novelty  of  using  the  new  aid  wore  off  users 
and  carers  turned  their  attention  to  the  aesthetics  of 
it.  Most  of  the  respondents  linked  the  looks  of  the 
aid  to  improving  safety  aspects,  i.e.  "..the  food 
keeps  falling  on  the  keys  and  I'm  worried  it  might 
damage  the  computer,  it  would  be  much  better 
enclosed  in  a  case  of  some  kind."  They  all  wanted 
the  aid  to  be  smaller  and  portability  was  deemed 
highly  desirable.  This  contrasted  sharply  with  their 
acceptance  of  it  when  first  seeing  it,  but  seemed  to 
imply  another  kind  of  acceptance  -  that  it  was  a 
permanent  addition  to  the  household  so  they  would 
like  it  to  look  as  pleasing  as  possible.  On  the  whole 
they  didn't  want  it  to  be  made  to  look  like  anything 
else,  it  was  what  it  was,  but  those  in  houses  did  take 
up  a  lot  space  in  comparison  to  the  amount 
available  and  all  wanted  the  aid  to  be  as  compact  as 


possible. 

Personal  Development 

The  following  iss'ies  were  raised: 

Freedom  of  Choice  Prestige 
Self-confidence  Self-esteem 

Improved  head  control  Improved  mouth  control 
Naughtiness  Extra  attention 

Motivation 

Freedom  of  Choice 

This  was  rated  highly  by  all  of  the  respondents. 
The  users  appreciated  the  opportunity  to  take  control 
because  when  one  is  severely  disabled  the 
opportunity  for  choosing  is  limited.  The  reliance  on 
others  to  make  choices  for  one  was  particularly 
irksome  for  those  who  had  previously  been  able  to 
feed  themselves.  The  carers  wanted  to  encourage 
as  many  different  types  of  behaviour  as  possible, 
and  the  ability  to  make  decisions  of  any  kind  was 
seen  as  being  highly  desirable.  They  felt  that  using 
the  aid  allowed  users  to  make  a  decision  and  then 
immediately  act  on  it.  For  the  more  severely 
disabled  it  was  felt  that  the  opportunity  to  exercise 
choice  was  not  an  option  available  to  them  very 
often  and  the  fact  that  the  aid  allowed  this  was  seen 
as  a  valuable  contribution  to  rehabilitation. 

Prestige/Ownership 

In  schools  and  hospitals  where  equipment  was  often 
shared  the  user  actually  had  the  exclusive  use  of  the 
aid.  This  led  in  some  cases  to  personalisation  of  the 
aid.  One  child  with  one  at  school  and  one  at  home 
named  them  Bill  and  Ben  (well  known  puppets  in 
England).  One  boy  reported  that  his  friends  thought 
he  was  'clever'  because  he  was  using  a  computer 
conU'olled  robot  and  his  carer  thought  tliat  this 
positive  reinforcement  had  spurred  the  child  on  to 
greater  efforts.  His  position  in  the  group  had 
changed  and  he  was  keen  to  maintain  his  new 
status. 

Sclf-estecm/Self-confidcncc/Motivation 

Most  respondents  mentioned  that  they  had  noticed 
an  improvement  in  one  or  more  of  the  above. 
When  asked  to  be  more  specific  they  found  it 
difficult  to  put  it  into  words,  just  a  feeling  that  the 
user  was  more  alert  and  more  responsive.  One  carer 
specifically  mentioned  naughtiness  here.  She  was 
caring  for  a  child  who  was  paralysed  from  the  neck 
down  and  on  a  ventilator,  but  who  took  great  delight 
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in  deliberately  interfering  with  the  set-up  program 
on  the  aid  so  that  she  had  to  keep  re-setting  it.  She 
compared  it  to  her  own  childhood  when  she  had 
flicked  peas  at  her  friends  "Anecdotal  evidence 
confirms  that  children  appear  to  produce  differential 
responses  to  the  authority  of  the  machine  (computer) 
compared  to  that  of  humans."  (Underwood  & 
Underwood,  1990).  In  their  study,  young  boys 
deliberately  produced  incorrect  responses  in  order  to 
have  a  severe  reprimand  printed  on  the  screen. 
They  felt  that  the  opportunity  to  disregard  an 
authority  figure  was  almost  a  cathartic  activity 
which  they  enjoyed  to  the  full,  and  that  the  children 
in  their  study  felt  a  sense  of  control  when  working 
with  computers  which  was  not  achievable  when 
adults  took  the  role  of  computer  (teacher).  They 
postulate  that  such  a  sense  of  control  ..."might  lead 
to  greater  self-esteem  and  be  motivating  in  itself" 
(Ibid). 

Some  users  had  started  using  computers  accessed  by 
single  switch  after  using  the  one  on  the  aid  but  one 
cannot  assume  cause  and  effect.  When  a  person 
becomes  the  user  of  Handy  I  a  lot  of  extra  attention 
is  focused  on  them  and  they  respond  to  this.  This 
is  an  area  where  more  data  is  needed. 

Improved  Head  and  Mouth  Control 

When  using  Handy  I  the  user  may  press  the  single 
switch  up  to  42  times  each  meal.  He  moves  his 
head  forward  the  same  amount  each  time  and  the 
spoon  presents  itself  in  the  same  place  each  time. 
Some  of  the  carers  thought  they  noticed  improved 
co-ordination  as  a  result  of  this.  They  felt  that  they 
had  observed  a  reduction  in  habits  such  as  teeth 
clamping  on  the  spoon. 

This  is  an  interesting  observation.  When  fed  by  a 
carer  the  spoon  is  usually  removed  from  the  mouth 
but  when  using  Handy  I  the  eater  has  to  remove  his 
or  her  mouth  from  the  spoon  and  they  cannot  do 
this  until  they  let  go  with  their  teeth.  The  spoon 
will  just  wait  there  until  the  user  gets  the  hang  of 
how  to  do  it.  It  never  gets  impatient  and  it  never 
changes  its  presentation.  When  the  user  gets  it  right 
he  or  she  is  immediately  rewarded  with  food. 

Similar  observations  were  mentioned  over  head 
control,  firmer  lip  control  and  swallowing. 

One  carer  had  attempted  to  record  improvement  but 
the  child  she  was  working  with  was  so  severely 
disabled  that  it  would  take  a  long  time  for  trends  to 
show  in  the  recorded  data.  Most  carers  said  thai 
they  would  be  happy  to  record  behaviour  but  with 


the  exception  of  the  therapists  did  not  feel 
competent  to  devise  an  adequate  scoring  system.  It 
became  apparent  during  the  course  of  these 
interviews  that  more  detailed  record  keeping  would 
need  to  be  encouraged. 

Six  of  the  30  original  users  have  been  unable  to 
continue  using  the  aid.  As  the  study  progressed  it 
became  possible  to  identify  the  factors  influencing 
successful  placement: 

•  Parental  involvement  mus'  be  strong; 

•  Keyworkers  must  be  involved  from  the 
beginning; 

•  The  younger  the  better  (4  years  onwards); 

•  Good  initial  assessment  i.e. 

a.  worked  best  with  those  who  had 
never  been  able  to  feed  themselves; 

b.  least  successful  users  were  those 
with  degenerative  conditions; 

c.  worked  well  with  short-term  users 
such  as  stroke  victims  working  to 
regain  use  of  their  hands. 

Discussion 

The  study  of  robots  in  a  domestic  setting  is  in  its 
infancy.  Clay,  Hillman,  Orpwood  and  Clarke,  (1987) 
in  their  study  of  potential  users  of  a  robotic  aid 
system,  focused  on  the  intended  user  population, 
what  types  of  tasks  robots  would  be  expected  to 
perform,  what  physical  ability  the  user  population 
would  need  to  possess  and  whether  people  actually 
needed  robotic  help.  Results  indicated  that  there 
would  be  a  potential  market  for  a  robotic  aid 
system. 

This  study  has  taken  the  above  survey  a  step 
further:  the  potential  market  transformed  into  an 
actual  market.  The  Robotic  Aid  to  Eating  performs 
only  one  of  the  tasks  mentioned  as  being  desirable 
but  it  is  felt  than  many  of  the  points  raised  during 
the  course  of  the  study  will  be  generalized  to 
robotic  placements  per  se. 

Some  specific  recommendations  on  the  placing  of 
domestic  robots  can  be  made  as  a  result  of  the 
findings  of  this  study: 

That  people  be  individually  assessed; 

•  That  adequate  home/school  support  should 
be  forthcoming. 

•  Training  should  be  given  to  support  staff 
before  they  introduce  the  aid  to  the  user; 


RESNA  Internationar92  •  June  6-11,  1992  593 


60V 


HANDY  1 


•  Continued  support  should  be  available  via 
training  videos,  manuals,  checklists  etc.; 

•  Careful  monitoring  of  the  removal  of  aids; 

•  Inclusion  of  interested  professionals  at  all 
stages.  They  can  make  the  difference 
between  the  success  and  failure  of  the 
introduction  of  new  ideas; 

•  Third  party  observation  of  user/carer. 
Refinement  of  technique  then  become 
possible; 

•  Encourage  record  keeping  as  an  aid  to 
monitoring  progress. 

A  study  such  as  this  one  can  only  pick  up 
impressions  and  point  to  the  areas  where  further 
work  is  necessary.  Because  the  employment  of 
domestic  robots  is  such  an  unknown  quantity, 
particularly  when  used  by  handicapped  people,  it 
was  felt  important  to  keep  this  initial  study  fairly 
wide  ranging.  What  did  emerge  was  that  at  least 
three  main  areas  of  study  need  to  be  addressed  more 
closely.  Firstly,  a  more  detailed  study  of  the 
management  of  assessment  and  placement  is  needed 
so  that  valuable  time  and  resources  are  not  lost  to 
those  who  will  not  benefit 

Secondly,  a  suggestion  has  emerged  that  there  may 
be  physical  improvement  to  users  of  the  aid  and  that 
some  of  the  improvements  may  generalise  to  other 
areas  of  effort.  If  this  could  be  demonstrated  it 
could  form  the  backbone  to  what  some  have 
suggested  could  be  called  "robot  therapy".  A  study 
has  already  begun  at  Keele  to  test  this  hypothesis. 
It  may  be  that  Handy  1  has  a  useful  place  in  a 
conventional  therapy  programme. 

Thirdly,  Baron  jt  Greenberg  suggest  that 
performance  and  underlying  self-esteem  can  be 
enhanced  by  inducing  individuals  to  interpret  failure 
as  stemming  from  external  causes.  (Behaviour  in 
Organisations,  1990)  While  there  are  obvious 
dangers  of  attributing  all  lack  of  success  to  other 
causes,  it  hardly  needs  to  be  pointed  out  that 
disabled  individuals  are  more  at  the  mercy  of  others 
than  the  general  population,  because  they  are  less 
able  to  control  their  environment.  It  may  be  that 
when  they  are  introduced  to  the  robotic  aid,  which 
they  can  control,  they  can  attribute  their  lack  of 
success  in  eating  unaided  to  factors  outside 
themselves  (i.e.  society  did  not  provide  him  with  the 
right  tools),  and  this  may  aid  the  development  of 


self-esteem.  This  could  be  an  interesting  line  of 
enquiry. 

Conclusions 

There  are  moral  and  ethical  questions  which  need  to 
be  addressed.  This  is  particularly  true  when  parents 
are  prepared  to  take  children  off  established  training 
programmes  and  substitute  newer  and  relatively 
untried  technology.  It  is  also  difficult  when  placing 
an  aid  such  as  this  not  to  be  aware  of  other  things 
in  the  environment  which  may  need  to  be  changed  - 
seating  is  but  one  example  -  and  so  care  has  to 
taken  when  dealing  with  other  professionals. 

What  has  become  apparent  is  that  the  consumers  of 
domestic  robotic  technology  are  naive  consumers  in 
many  ways  and  it  is  therefore  necessary  for  those  at 
the  forefront  of  designing  and  placing  robotic  aids 
to  take  the  initiative  in  understanding  their  needs 
and  designing  for  them.  If  an  aid  such  as  this  is 
used  to  perform  a  function,  the  mere  performing  of 
that  function  to  the  best  of  one's  ability  has  an 
effect  on  other  areas  of  the  user's  life.  TTiis  may  be 
true  of  many  activities,  but  the  fact  that  the  Robotic 
Aiii  to  Eating  has  the  ability  to  gratify  a  basic 
human  biological  need  and  appears  at  the  same  time 
to  offer  the  opportunity  to  serve  the  gratification  of 
psychological  needs,  means  that  this  is  an  area 
worthy  of  further  study. 
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INTEGRATING  A  MANUS  MANIPULATOR  AND  AN  ELECTRIC  WHEELCHAIR. 
PRACTICAL  EXPERIENCES 


Tone  Odcrud  &  Jon  Erik  Bastiansen 
Center  for  Industrial  Research 
Oslo,  Norway 


ABSTRACT 

Center  for  Industrial  Research  (SI)  has  in 
collaboration  with  the  Norwegian  wheelchair 
manufacturer  Norsk  Rehab  Teknologi  equipped  an 
electric  wheelchair  with  a  MANUS  manipulator. 
The  MANUS  is  operated  by  four  switches  in  the 
neck-support  and  the  wheelchairs  joystick.  It 
provides  the  user  with  increased  mobility  and  gives 
a  feeling  of  being  more  independent.  A  workplace 
has  been  developed  for  a  young  person  with  a  high 
neck  injury.  The  work  is  mainly  desktop  publishing, 
and  the  person  is  using  a  Macintosh,  a  Headmaster 
with  puff  and  sip  control,  voice  input,  a  mouth  stick 
for  typing  and  the  MANUS  manipulator  for  fetching 
manuals,  papers,  diskettes  and  assisting  copying  and 
scanning.  The  paper  describes  the  operation  of  the 
MANUS  manipulator  and  the  users  experiences. 


BACKGROUND 

Today  there  is  a  rapid  development  within  the 
field  of  robotics  and  information  technology, 
specially  directed  towards  less  expensive  and  more 
flexible  solutions,  and  improvements  in  robot  control 
and  human-machine  communication.  This  enable 
people  with  severe  disabilities  to  perform  everyday 
functions  more  independently  and  give  them  greater 
opportunities  to  participate  in  the  professional  life. 
In  addition  to  improve  the  quality  of  each  person's 
life,  it  will  reduce  the  number  of  persons  receiving 
disability  benefits. 

Robotics  for  disabled  people  are  in  some  aspects 
significantly  different  from  traditional  industrial 
robotics.  In  industrial  applications  the  robots  are 
shielded  from  the  operator.  This  is  not  possible 
when  the  robots  have  to  be  in  close  interaction  with 
the  user.  Safety  has  to  be  of  prime  importance  in 
rehabilitation  applications. 

OBJECTIVE 

The  main  goal  of  this  project  is  to  test  out  how  a 
wheelchair  mounted  manipulator  can  assist  a  person 
with  severe  disabilities  both  in  the  professional  life 
and  in  daily  life. 

This  is  split  into  3  activities: 

-  Integrate  the  manipulator  and  the  wheelchair  and 
modify  the  user  interface  to  the  disabled  abilities. 

-  Develop  the  workplace. 

-  Preprogramnie  sequences  to  be  downloaded  from  a 
computer  and  stored  in  the  MANUS  memory. 


The  results  are  continuously  evaluated  through  out 
the  test  period. 

METHOD/ APPROACH 

Basicly  there  are  three  different  ways  of  applying 
robotics  in  rehabilitations  applications:  fixed 
working  stations,  wheelchair  mounted  systems,  and 
autonomously  mobile  systems.  The  fixed  working 
stations  are  often  based  on  standard  industrial 
robots.  They  are  fairly  cheap,  very  fast,  easy  to 
operate  and  easy  to  preprogramme.  Unfortunately 
they  have  to  work  in  a  structured  environment  and 
they  can  only  perform  limited  actions.  A  wheelchair 
moimted  robot  can  be  used  in  an  unstructured 
environment  and  it  gives  the  user  greater  flexibility, 
but  it  is  more  expensive  and  in  general  more  complex 
to  operate.  Autonomously  mobile  robots  are  even 
more  complex,  and  for  this  project  we  did  not  really 
consider  these  systems.  We  have  chosen  a  MANUS 
manipulator  because  we  would  like  to  test  the 
advantages  and  disadvantages  of  a  wheelchair 
mounted  robot  operating  in  an  unstructured 
environment.  The  MANUS  manipulator  was 
developed  at  the  Dutch  Organization  for  Applied 
Physics  'TNO"  and  is  now  commercialized  and 
manufactured  by  Exact  Dynamics  in  the 
Netherlands. 

To  be  sure  that  the  results  are  of  both  practical  and 
commercial  interest,  we  started  working  with  a 
young  male  person  vrith  a  high  neck  injury  (C4/C5) 
and  the  Norwegian  wheelchair  company  Norsk 
Rehab  Technology.  In  addition  we  have  frequent 
discussions  with  TNO  and  Exact  Dynamics. 

The  MANUS  arrived  in  September  1991.  Because  the 
manipulator  primarily  should  be  used  in 
unstructured  environments,  it  was  of  main  importance 
that  the  user  easily  could  operate  the  MANUS.  It 
was  hard  for  the  user  to  operate  the  original 
keyboard  on  the  MANUS,  but  he  could  easily 
operate  the  joystick  on  the  wheelchair.  Together 
with  the  user  and  Norsk  Rehab  Teknologi  we 
decided  to  operate  the  MANUS  from  the  electrical 
wheelchair  Zenit  4000.  The  original  keyboard  was 
replaced  by  control  signals  from  the  Zenit.  Change 
mode  and  open  and  close  gripper  are  controlled  by  4 
switches  installed  in  the  neck-support.  Exact 
movements  of  the  MANUS  are  controlled  by  the 
wheelchair's  joystick.  In  combination  with  the 
joystick  and  the  4  switches  in  the  neck-support,  the 
user  is  able  to  utilize  MANUS'  8  degrees  of  freedom. 
A  display  on  the  wheelchair  control  panel  shows 
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the  actual  mode.  In  addition  to  the  direct  control  of 
the  MANUS  the  user  can  select  10  different 
preprogrammed  sequences  from  the  switches  in  the 
neck-support.  So  far  only  the  "fold  in"  and  "fold  out" 
procedures  are  implemented. 

The  user  has  been  using  the  MANUS  at  work  for 
about  11/2  months,  and  he  will  be  using  it  for  4  more 
months.  He  has  also  used  it  at  home  for  a  short 
period.  Next  step  is  to  make  preprogrammed 
sequences.  This  will  speed  up  the  execution  of 
specific  tasks.  The  MANUS  was  supplied  with  a 
stand  alone  unit,  and  in  combination  with 
preprogrammed  sequence-s  it  can  give  some  of  the 
advantages  for  fixed  working  stations.  A  stand  alone 
unit  for  the  MANUS  and  preprogrammed  sequences 
can  be  of  spesial  interest  at  the  workplace.  The 
results  are  continuously  evaluated  throughout  the 
test  period. 

RESULTS 

A  MANUS  manipulator  and  a  Zenit  4(XX) 
wheelchair  are  integrated  and  modified  to  meet  the 
disabled  person's  abilities.  The  MANUS  is  operated 
by  4  switches  in  the  neck-support  and  the 
wheelchair's  joystick.  In  addition  the  on/off  switch 
and  the  safety  button  is  positioned  on  the 
wheelchair's  control  panel  reached  by  the  user. 


It  is  of  great  importance  that  the  user  interface 
easily  can  be  modified  to  the  disabled  person's 
abilities. 

The  experiences  so  far  show  that  the  MANUS 
provides  the  user  with  increased  mobility  and  gives 
him  better  possibilities  to  perform  everyday 
functions  more  independently.  Similarly  the  Manus 
enhances  his  functionallity  at  work.  But  the 
MANUS  needs  to  be  tested  for  a  longer  period  of  time 
to  see  the  long  term  results. 

The  MANUS  is  an  advanced  tool  which  the  user 
needs  some  time  to  be  able  to  operate  effectively. 
Our  user  was  a  highly  motivated  young  male.  His 
interest  proved  to  be  valuable  during  the 
development  phase. 

DISCUSSION 

The  MANUS  obviously  has  a  lot  of  advantages.  It 
gives  the  user  increased  mobility  and  the  possibility 
to  perform  everyday  functions  more  independently. 
So  far  the  user's  experiences  are  that  a  wheelchair 
mounted  manipulator  definitive  is  useful  in 
unstructured  environments.  In  addition  to  operate  the 
computer  at  the  workplace  he  can  change  diskettes, 
get  papers,  manuals  and  books,  use  the  copying 
machine  and  get  the  Headmaster.  At  home  he  can 
for  example  put  food  in  the  microwave,  take  it  out 
and  eat  it,  drink  from  a  glass  with  or  without  a 
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straw,  change  CD-rccords  and  videotapt-s,  get  bookh 
and  magazines  and  more  easily  use  his  computer.  He 
lives  by  himself  and  he  feels  that  a  wheelchair 
mounted  manipulator  is  more  useful  at  home  then  at 
the  workplace. 


The  disadvantages  are  that  the  manipulator  adiis 
more  width  and  weight  to  the  wheelchair,  and 
makes  it  more  difficult  to  move  around.  As 
mentioned  the  MANUS  is  an  advanced  tool  and  the 
user  needs  some  time  to  get  used  to  it.  Occasionally 
the  user  gets  tied  of  having  the  MANUS  at  the 
wheelchair  for  a  longer  period  of  time.  In  this 
project  it  was  necessary  placing  both  the 
manipulator  and  the  joystick  on  the  left  side  of  the 
wheelchair.  This  was  not  the  ideal  solution  for  the 
user.  As  a  general  rule  the  joystick  and  the 
manipulator  should  not  be  on  the  same  side  of  the 
wheelchair.  It  is  therefore  important  that  the  user 
can  choose  between  a  right  hand  or  a  left  hand 
mounted  manipulator. 

A  special  suspension  element  was  delivered  with 
the  MANUS',  and  this  made  the  manipulator  easy 
to  place  on  the  wheelchair.  The  control  box  was  put 
in  a  small  bag  at  the  back  of  the  wheelchair.  The 
modifications  of  the  user  interface  were  the  most 
tinieconsuming  activity.  This  included  integrating 
the  MANUS  and  the  wheelchair,  installing  the  4 
switches  in  the  neck-support,  and  placing  the  on/off 
switch  and  safety  button  within  the  users  area  of 
access.  It  is  crucial  for  people  going  into  this  field  not 
to  underestimate  the  time  that  is  required  and  the 
importance  of  adjusting  and  developing  an 
individual  interface  to  each  user. 

The  Zenit  4000  has  built  in  facilities  for 
communication  with  external  devices  like 
manipulators  and  computers.  The  MANUS  is  also 
designed  to  bo  interfaced  to  different  wheelchairs. 


Nevertheless,  this  project  showed  the  needs  for  a 
standard  digital  communication  interface  between 
wheelchairs  and  manipulators  and  other  additional 
equipment. 
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ABSTRACT 

TYie  NeS  Squire  Foundation  has  been  involved  in  the 
developnient  of  a  robotic  assistive  appliance  (RAA)  tor 
persons  with  severe  dtsabtlities  for  the  past  seven  years. 
Cunently,  RAAs  are  in  regular  use  with  persons  with 
disabilities  at  the  following  locations:  Ecole  Victore  Dors, 
(School  for  Children  with  Disabilities)  in  Montreal;  Lyndhurst 
Spinal  Cord  Centre,  Research  Department  in  Toronto;  IBM 
Special  Needs  Systems  Group  in  Boca  Raton,  Rorida;  and  in 
a  demonstration  automated  office  at  the  NeH  Squire 
Foundation  in  Vancouver.  Recently,  the  first  generation  RAA 
has  been  transfened  to  the  Regenesis  Development 
Corporation  (wholly  owned  by  the  Neil  Squire  Foundation)  in 
order  to  facilitate  commercialization  and  martcet  delivery. 


1.0  INTRODUCTION 

1.1  Th*  Nell  Squire  Foundation 

The  Neil  Squire  Foundation,  a  Canadian  non-profit  organization 
based  in  North  Vancouver,  has  both  service  delivery  and  research 
and  development  capabilities  and  is  wen  equipped  to  respond  to 
needs  of  adults  with  severe  physical  disabilities.  Service  delivery 
programs  include  computer  and  technical  assessment  and  training 
and  an  employment  training  program  caned  Creative  Emptoyment 
Options.  Research  and  Development  projects  include;  development 
of  a  robotic  arm;  an  environmental  control  system;  various  com  puter 
access  programs;  remote  gateway  and  automated  home;  and  a 
literacy  program  specilicaliy  designed  for  persons  with  severe 
disabilities. 

1.2  Robotic  Atalatlve  Appliance*  for  Person*  with  Severe 
DUaMiti** 

The  Neil  Squire  Foundation  has  been  involved  in  the  development 
of  a  robotic  assistive  appliance  for  persons  with  severe  disabilities 
for  the  past  seven  years  [1 ,2,3,4|.  All  research  and  development 
activities  undertaken  by  the  Foundation,  the  robotic  appliance  t)eing 
ttie  largest  in  scope  to  date,  are  conducted  as  applied  research 
projects  designed  specifically  to  meet  the  needs  of  severely  disabled 


of  use  (operates  using  a  user-friendly  computer  software  program); 
fully  programmable  (by  either  the  disabled  person  or  by  an 
attendant;  user  safety;  portalsiiity;  (robot  weighs  only  18  lbs.); 
flexibility  in  RAA  ccnfigurat'on;  and  reliabtiity. 

The  bask;  reasoning,  which  led  to  the  horizontal  axis/cylindrical 
coordinate  geometry  of  the  RAA,  was  to  create  a  manipulalor  that 
was  work  statkxi  located,  coukl  perform  similariy  to  an  attendant  and 
was  human  size  in  scope.  This  led  to  mounting  the  arm  on  a 
horizonts*  bar  which  altows  for  sideways  travel  over  a  work  taWe  and 
the  ability  for  the  arm  to  rotate  underneath  so  that  it  can  access 
Items  stored  at  the  back  of  the  worit  area  The  resulting  RAA  has  six 
degrees  freedom  as  well  as  a  seventh  for  end-effector  actuatkm. 

The  RAA  is  generally  operated  using  a  unique  program  called 
FLASH  which  runs  on  any  IBM  PC  compatible  computer.  This 
software  program  is  designed  to  act  as  a  user  friendly  interface  for 
persons  with  disabilities,  as  well  as  able-bodied  persons.  The 
computer,  through  a  serial  interface  link,  communicates  to  the  robot 
through  a  low  level  controller. 

Users  who  are  disabled  access  the  computer  using  one  of  a  number 
of  special  Input  devices.  Persons  with  adequate  motor  control  may 
use  the  standard  keyboard  with  the  assistance  of  a  handstick, 
mouthstick  or  headstick.  An  expanded  keyboard  can  be  used  by 
persons  with  leacriing  capabilities,  but  with  poor  accuracy  control. 
Persons  with  limited  motor  capabilities  may  use  a  pneumatk;  breath 
switch  to  activate  a  Morse  code  keyboard  emulator.  In  the  most 
severe  cases,  the  disabled  persons  may  use  whatever  motor  control 
they  possess  to  activate  a  single  switch  ctosure  to  select  commands 
from  a  scanning  system  built  into  FLASH.  Voice  recognitton  systems 
may  also  be  etfectvety  used  by  persons  with  vocal  capability. 

FLASH  allows  the  user  to  move  the  robot  using  programmed  tasks, 
direct  control  or  master  slave  control.  FLASH  also  altows  the  user 
to  program  and  edit  tasks.  The  robot  can  be  programmed,  either  by 
the  disabled  user  or  by  an  attendant,  to  perform  such  tasks  as: 

0  fetching  a  book,  opening  It  and  fuming  the  pages 

0  kiading  and  unloading  a  computer  disc 

0  takir^  paper  out  of  a  computer  printer 

0  leading  paper  into  an  optical  scanner 

0  extracting  and  returning  files  to/from  a  file  storage  system 

0  serving  adrirA 


The  first  step  in  the  development  of  The  Neil  Squire  Foundation 
robotk:  assistive  appliance  (RAA)  involved  an  extensive  sunny  of 
prevkius  vmrk.  In  pertk»jlar,  that  of  Pak>  Alto  VA  Medical  Centre[S], 
and  Johns  Hopkins  University[6].  Subsequent  surveys  Inckxied  work 
carried  out  by  Georgia  Techl?),  Stanford  UniversityI8,9,10j,  PRAB 
[11]  and  Boeing[12].  The  initial  sunny  was  followBd  by  interviews 
with  several  severely  disabled  potential  users,  occupational  and 
physk;al  therapists,  and  service  delivery  specialists. 

As  a  result  of  these  surveys  and  interviews  the  key  features  in  the 
design  of  this  first  generatkxi  RAA  were  detemiined  to  be: 
functionality  based  on  the  users  needs  and  wshes;  kwr  cost;  ease 


Clinicdl  testing  on  the  RAA  was  carried  out  before  the  final 
devetopment  phase  to  ensure  user  feedback  was  incorporated 
before  it  was  finalized  as  a  product  and  introduced  to  the  market 
This  NHRDP  supported  clinical  evaluatkxi  of  the  robot  was 
completed  approximately  two  years  ago  in  a  15  month  project 
involving  15  persons  with  severe  physfcal  disabilities  and  4  able- 
bodied  attendants  [13|.  Trials  Indicated  that  user  response  is  very 
positive  on  the  capabilities  of  the  devKe.  lite  major  areas  Identified 
through  the  cUnkal  evaluatton  process  which  required  further 
attention  were  related  to  safety,  the  low-tevel  controller,  the  end- 
effector,  cosmelKS,  and  certain  aspects  of  the  user  interface. 
Recently,  wodr  addressing  these  areas  has  been  carried  out  and 
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now  this  first  generaton  RAA  has  been  tansfsrred  to  the  Regenesis 
IJBvelopment  Corporation  (wholly  owned  by  the  Nell  Squire 
Foundation)  in  order  to  facilitate  the  commercialization  and  market 
detveiy  of  the  RAA.  Currently,  RAAs  are  in  regular  use  at  the 
fbllowtng  locations:  Ecde  Vfctore  Dore,  (School  for  Children  with 
Dsdbilllies)  in  Montreal;  Carteton  University,  Department  of 
Computer  Science  in  Ottawa;  Lyndhurst  Hospital,  Research 
Department  «i  Toronto;  IBM  Special  Needs  Systems  Group  in  Boca 
Raton,  Florida;  and  in  a  demonstration  automated  office  at  the  Neil 
Squire  Foundation  in  yaneouver.  The  use  of  the  RAA  with  persons 
with  disabilities  is  described  in  the  foHowng  Section. 

2.0  CURREMTIMPLEMEMrATlONS 

Z1  Ecol*Victor-Oor*,UontrMl 

Victor-Dore  is  a  school  for  physically  disabled  children.  The  school 
putchtsed  an  eeriy  version  of  the  Regenesis  RAA  in  1989.  Tlie 
robot  is  being  used  by  children  to  move  objects  around  on  a  large 
play  taWe  which  consists  of  a  village  scene  with  toy  people  and 
animals.  The  table  also  has  a  toy  train  running  on  it  wt^ch  the 
chidren  control  in  conjunction  with  the  robot.  Pan  of  the  work  is  to 
teach  chiWren  spatial  relationships  between  items  and  how 
relocating  such  items  affects  their  appearance,  it  is  also  used  to 
provide  children  with  the  capability  of  physical  control  of  their 
surroundings. 

The  manipulator  was  customized  to  enable  it  to  reach  all  points  of 
the  1 0'  X  7'  table,  it  consists  of  a  standard  manipulator  with  extended 
horizontal  travel  mounted  to  a  custom  built  overhead  linear  drive. 
The  overhead  drive  is  drhfen  by  the  eighth  channel  of  robot 
controfler.  Each  of  the  eight  joints  is  a  different  colour  and  students 
use  a  lazy  sussn  v,i«i  eight  correspondingly  coloured  switches  to 
activate  individual  joints  directiy.  In  addition,  a  special  control 
interface  was  deweloped  to  alow  singie  switch  users  to  control  the 
robot  and  the  train.  The  system  is  currently  being  used  in  direct 
control  mode  in  which  the  student  selects,  moves  and  Stops  joints  on 
the  robot  using  single  or  multiple  switches. 

2J2  Lymihur«tHo^)ttil,  Toronto 

The  Research  Depertnent  at  the  Lyndhurst  Spinal  Cord  Centre, 
purchased  a  Regenesis  Robotic  Appliance  (RAA)  in  1990. 
Resewchers  Jacob  Apt(arian  and  Tom  Nantais  used  this  RAA  in  a 
vwrkstatkjn  environment  Vm  main  interest  was  to  compare  the 
effectiveness  and  user  preference  for  controlling  the  robotic 
appliance  between  a  task  command  language,  developed  by  them 
at  Lyndhurst,  and  direct  joint  control.  Tlwy  used  the  RAA  with  six 
partidpaTts  in  a  laboratory  setting  under  the  supervision  of  an 
Occupatxxwl  Then^l  The  participants  were  quadriplegics  with 
spinal  injuries  ranging  from  C4  to  C6.  In  ail  cases  they  used  a 
DragonDkJtate  Voice  input  system  for  tt»  user  interface.  In  addition, 
the  RAA  was  placed  in  tt«  home  of  two  of  the  partKipants  for  two 
weeks  each,  agcin  under  tt«  supendston  of  an  Occupatkxial 
Therapist  The  home  setting  ailowed  for  more  flexibility  by  alkjwing 
the  perticipants  the  freedom  to  try  new  tasks  of  interest  to  them. 

Their  results  indicated  a  preference  by  tt»  users  for  the  task 
command  language.  Overall,  the  researchers  feit  that  the  major 
shortcoming  of  this  system,  as  revealed  by  these  evaluations,  was 
the  inability  of  the  system  to  know  the  status  of  the  operands  in  a 
task  (eg.position  and  orientatkm  of  an  object  in  the  gripper).  Tliey 


plan  to  address  this  shortcoming  in  future  research  by  utilizing  video 
photogrammetry  which  couk)  provide  this  type  of  Infomialion  to  the 
RAA  control  system. 

2.3  IBM  Special  Need*  Syttwnt  Group,  Boca  RHon,  Ftoridt 

IBM  is  setting  up  Ken  Glad,  a  University  of  Ftorida  engineering 
student,  with  equipment  and  software  which  help  overcome 
problems  presented  by  tt«  students  quadriplegia.  T1»  group 
purchased  a  Regenesis  RAA  in  September  1991  and  are  integrating 
it  into  a  home  oflfce  in  whfch  Ken  can  complete  homework 
assignments.  The  robot  wiH  be  integrated  with  IBM  equipment  and 
software.  This  project  is  being  carried  out  in  conjunction  with  tt« 
Department  of  Electrical  Engireering  of  the  University  of  FkJrida 

The  manipulator  is  a  standard  6  degree  of  freedom  model  with 
horizontal  travel  extended  to  118  inches. 

The  tasks  that  the  robot  is  anticipated  to  perfonn  are  fetching  of 
books,  files  and  papers,  ttJming  pages  and  handling  diskettes.  At  the 
time  of  writing.  Ken's  needs  were  being  assessed  and  ttte  robot  was 
undergoing  initial  evakialioh  in  the  Communfcations  Laboratory  at 
the  university.  Chuck  Eubank,  an  electrical  engineering  student  at 
the  university,  is  woridng  with  tt»  robot  and  will  be  setting  up  the 
woritstation  for  Ken.  Other  tasks  will  be  included  as  necessary. 
IBM's  involvement  is  being  coordinated  by  Carol  Esser,  Project 
Officer  and  Watt  Nawrocki,  Product  Itoiager. 

2.4  Neil  Squire  Foundation,  Vancouvw 

2.4.1  Automami  Office  Development 

Recently  the  Neii  Squire  Foundation  was  funded  by  Labour  Canada, 
and  received  donattons  from  IBM  Canada  and  Hennan-Milter 
Canada,  to  develop  an  automated  office  woricstalton  that  could 
address  employment  barriers  for  persorB  with  severe  physical 
disabilities.  This  project  involved  integrating  both  tt«  la*est  in 
specidized  technologies  specifically  designed  for  those  with  physical 
disabilities  and  technologies  available  on  tt«  common  maritet.  This 
included  a  30,000  word  voice  recognition  system,  the  Neil  Squire 
Foundatkxi's  robotic  arm.  the  Georgia  Tech  motorized  file 
management  system,  morse  code  access  to  a  computer,  and  an 
optical  character  reader. 

The  goeJsof  this  project  were;  to  establish  a  demonstration  oftH»  tor 
employers  to  show  that  adults  with  severe  physical  disabilities  can 
partteipate  as  contributing  members  in  Ihe  work  force;  to  enabtett* 
disabled  woricers  to  have  efficient  and  integrated  access  to  tt« 
various  office  equipment  and  to  related  technical  aids  needed  in  ttte 
operatton  of  such  equipment;  and  to  demonstrate  the  office  to 
emptoyers  in  the  greater  Vancouver  area  through  a  formal 
prMeiitation. 

With  all  of  the  components  in  place  an  indivkkial  with  a  high  spinal 
injury,  can  independently  access  many  commonly  used  office  tods. 
The  user  controls  the  com  puter  using  a  voree  recognitkxi  system  and 
sip  and  puff  morse  code.  The  computer  controls  tt«  robotic  ami,  tt« 
optical  character  reader,  and  the  telephone.  Files  can  be 
manipulated,  books  can  be  retrieved,  and  pages  can  be  turned  by 
the  robotic  aim.  and  facsimiles  and  phones  calls  can  be  made 
independently. 
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Ojrrentty,  this  demonstration  office  woricstaSon  is  on  a  tour  of  public 
venues  in  several  cities  across  Canada 

2.4.2  Current  Workplace  Scenarios  lor  Persons  with  Severe 
Disabilities 

At  the  tme  of  writing  we  are  just  beginning  an  evalueticn  project  on 
ttie  RAA  in  vocational  worlistation  environments.  The  overall 
objective  is  to  demonstrate  to  workers  who  are  severely  disabled, 
rehabilitation  professionals,  Insurance  agencies  and  health  care 
funders  the  potential  effectiveness  of  a  Robotic  Assistive  Appliance 
(RA^  in  real  work  environments.  This  will  be  achieved  by 
conducting  evaluations  to  obtain  qualitative  and  quantitative  data 
regarding  benefit  and  cost  issues  for  disabled  persons  using  the 
RAA  in  these  work  environments.  By  June  of  1992  we  will  be  mkl- 
way  through  the  first  phase  of  this  evaluation  profxt. 

Currently,  very  few  persons  with  severe  disabilites  are  gainfully 
employed.  Typically,  those  who  are  working  will  have  either  an 
attendant  or  a  co-worker  available  to  them  at  all  times  to  help  them 
with  work  related  tasks  and  personal  needs.  Usually,  personal 
needs  can  be  handled  at  one  or  two  specific  times  during  the  work 
day  (eg.  lunch,  cotlee  breaks)  but  work  related  assistance  coukJ  be 
required  at  any  tme.  It  is  expected  that  a  workslaton  based  robotic 
device  can  be  used  for  work  related  task  assistance  and  that  the 
need  for  assistance  by  another  person  can  be  limited  to  personal 
tasks  that  could  be  scheduled  at  convenient  times  during  the  wori<ing 
day. 

This  evaluatkm  project  will  equip  a  workstaton  at  the  Vancouver  site 
of  the  Creative  Employment  Options  program  with  a  Regenesis 
RAA.  Adults  with  severe  physfcal  disabilites  who  want  to  be 
involved  in  the  work  forca  will  be  the  target  group  for  this  study.  Six 
severely  disabled  woricets  will  be  selected  to  palkapate.  Our 
resultng  sample  of  participants  will  be  representative  of  the 
population  of  potential  RAA  users  in  vocatkxial  applications.  They 
will  be  partcipants  in  the  Neil  Squire  Foundatkxi's  Qeative 
Employment  Options  program  and  will  become  part  of  this  study  as 
a  component  of  their  training  in  the  employment  program.  Due  to 
practical  limitations  of  resources  and  program  size,  the  total  number 
of  six  participants  will  be  made  up  of  two  groups  of  three  (Phase  I 
and  II).  All  six  of  the  participants  will  be  involved  in  performing  real 
office  oriented  work  in  the  framework  of  the  Creative  Employment 
Opttons  Program. 

Each  participant  will  be  in  a  cycle  where  they  spend  one  day  with 
the  RAA  and  then  two  days  without  the  RAA.  Only  during  the  job 
specific  time  will  the  daily  work  experience  be  monitored.  In  the 
conditkjo  without  the  RAA,  only  one  day  out  of  the  two  days  will  be 
monitored.  The  monitoring  of  the  daily  work  experience  for  both 
Phase  I  and  II  will  last  tor  three  months.  During  the  work  experience 
sessions,  the  attendant  will  be  available  to  assist  the  user  at  any 
time.  In  the  condition  with  the  RAA,  the  users  will  be  instructed  and 
hence  expected  to  use  the  RAA  but  they  will  be  free  to  ask  for 
attendant  intenwntkxi  if  the  users  feel  that  it  is  required. 

The  following  daily  measurements  will  be  taken  during  the  work 
experience  sessions: 


a)  Number  of  times  the  RAA  used. 

b)  When  the  RAA  is  used,  what  is  it  used  for?  For 
example: 

b.l)  Ries 

b.2)      Book  retrieval 

b.3)      Page  turning 

b.4)  Page  retrieval  from  scanner  or  printer 
b.5)  Drinks 

c)  Number  of  attendant  interventions  (with  RAA  and 
without  RAA  wtiere  applicable) 

C.I)  due  to  failure  of  robot  to  perform  task 
(eg.  dropping  filehoWer,  missing  a 
page  tum,  etc.)  and  participant  unable 
to  correct  by  themselves 

C.2)  due  to  users  preference  (even  though 
the  robot  coukl  petfbnn  the  task) 

C.3)      length  of  tme  of  each  inten«ntxxi 

C.4)      tme  since  previous  intervention 

d)  Time  required  to  perform  indivklual  robot  assisted  tasks. 


3.0  CONauSION 

The  research  team  at  the  Neil  Squire  Foundaton  has  brought  this 
first  generatton  RAA  to  the  point  where  it  can  be  used  by  ourselves 
and  other  research  oriented  organizatkjns  to  evaluate  its  usefulness 
and  to  provide  critfcal  feedback.  As  we  begin  to  collect  feedback 
from  the  varkjus  sites  where  the  RAA  is  being  used  we  will  begin  the 
task  of  designing  a  second  generaton  RAA.  Based  on  the  inital 
feedback  that  is  already  available,  we  can  see  that  although  this 
applicaton  of  robotics  stil  holds  promise  there  are  many  challenges 
(not  a'l  technologies!)  to  be  overcome  before  we  vaII  see  robotic 
assistve  devices  as  a  common  and  accepted  tool  tor  persons  with 
severe  disabilites. 
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AN  EVALUATION  OF  THE  MANUS  WHEELCHAIR-MOUNTED  MANIPULATOR 


G.Verburg,  M.Milner,  S.Naumann,  J.Bishop,  O.Sas 
The  Hugh  MacMillan  Rehabilitation  Centre  (HMRC) 
Toronto,  Canada 


Abstract 

Seven  adults  and  five  children  have  used  the 
MANUS  arm  for  assessment  and  training  in  the 
laboratory  or  in  their  independent  living,  working, 
hospital  or  school  environment.  This  two-year  R&D 
project  resulted  in  the  development  of  new  data 
gathering  and  analyses  methods,  the  adaptation  of 
existing  control  interfaces  and  the  development  of  a 
retractable  wheelchair  mounting  system.  Question- 
naires and  observation  scales  were  designed  and 
administered  to  each  subject. 

Introduction 

The  MANUS  robotic  arm  is  a  wheelchair  mounted 
manipulator  arm  designed  and  developed  by  a  Dutch 
R&D  Consortium  [1]  explicitly  for  use  by  persons 
who  have  severe  physical  disabilities.  Robotic 
manipulator  arms  such  as  the  MANUS  offer  the 
potential  to  supplement  Activities  of  Daily  Living 
(ADL)  for  persons  with  a  variety  of  physical 
impairments.  Potential  MANUS  users  typically  have 
limited  control  or  strength  of  their  arms  ar,d  hands 
which  places  many  tasks  of  daily  living  beyond 
their  independent  execution.  In  this  research  project, 
the  MANUS  manipulator  is  being  evaluated  in 
independent  living,  vocational,  and  school 
environments. 

Objectives  of  the  MANUS  study  are  to: 

•  evaluate  the  usefulness  of  an  advanced  model 
of  a  wheelchair-mounted  manipulator  arm  in 
the  home,  school,  and  work  environment; 

•  study  how  the  arm  is  used  by  analyzing 
specific  activities  of  daily  living  such  as 
eating,  pouring  a  drink  or  handling  objects; 

•  identify  potential  enhancements  to  the  user 
interface  through  hardware  or  software 
adaptations; 

•  analyze  arm  utilization  in  order  to  identify 
common  command  sequences  that  will  allow 
the  implementation  of  a  degree  of  task 
control  in  addition  to  direct  control. 

Tedinical  developments 

The  original  MANUS  arm  is  controlled  through  a  4 
X  4  keyboard  or  an  analogue  joystick.  Several 


command  modes  control  different  aspects  of 
manipulator  operation  e.g.  arm  position  in  3D  space, 
gripper  orientation,  and  gripper  opening  and  closing. 
Mode  status  is  displayed  on  an  LED  display. 

To  perform  the  analyses  of  MANUS  activities  a  data 
collection  and  analysis  system  was  designed  and 
constructed  by  HMRC  staff  that  gathered 
information  about:  (a)  the  commands  given  to  the 
arm;  (b)  the  actions  of  the  manipulator  itself;  and 
(c)  the  objects  acted  upon.  A  video  recording  system 
operated  by  a  microcomputer  device  was  designed 
to  collect  all  this  information.  The  criteria  ♦"or  the 
monitoring  device  were: 

•  command  inputs  to  the  arm  to  be  sampled 
every  40  msec,  minimum  while  the  arm  is 
being  operated; 

•  events  to  be  captured,  timed,  and  stored  for 
later  analysis; 

•  manipulator  arm  actions  and  command 
signals  to  be  recorded; 

•  synchronized  video  and  command 
information  to  be  recorded  to  correlate  task 
activities  with  command  strings. 

The  audio  tracks  on  the  stereo  Hi8  video  tape 
provided  a  convenient  media  for  storing  the 
command  information  captured  whUe  at  the  same 
time  synchronizing  the  command  data  and  video 
images.  Mode  information  was  encoded  in  the  data 
stream  stored  on  the  audio  track.  A  more  detailed 
description  of  the  hardware  and  software 
developments  can  be  found  elsewhere  in  these 
proceedings  (Bishop  et  al). 

Existing  control  Input  devices  such  as  the  Unicom 
expanded  keyboard  and  Nintendo  Hands-Free 
Controller  were  adapted  to  the  MANUS.  In  addition, 
adaptations  were  made  for  joysticks  of  Invacaie, 
Everest  and  Jennings,  Fortress,  and  Orthofab 
wheelchairs  for  their  users  to  be  able  to  control 
either  the  wheelchair  or  MANUS. 

Methodology 

Subjects  participating  in  this  research  ranged  in  age 
from  1 1  to  bO  years  and  had  diagnoses  of  Duchenne 
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muscular  dysu-ophy,  cerebral  palsy,  dystonia,  spinal 
cord  injury  and,  congenital  amputation.  Training 
occurred  in  the  laboratory  and  at  home.  The  actual 
evaluation  took  place  in  the  laboratory,  at  home,  at 
work,  and  in  school  environments. 

Evaluation  methods  and  tools  included  the  Revised 
Baithel  Index  and  the  Functional  Assessment 
Inventory  [2]  and  the  command  and  activity 
monitoring  system  developed  at  the  Centre. 
Hardware  and  software  were  designed  that  enabled 
data  to  be  down-loaded  from  videotapes  into  the 
computer  and  annotated.  The  annotations  were  also 
stored  in  computer  files.  After  merging  the  files  it 
was  possible  to  analyze  the  numerical  and  character 
information  to  obtain  common  command  sequences 
used  for  such  acts  as  eating,  moving  the  arm  to  a  set 
position,  and  rotating  the  gripper. 

Results 

This  study  has  identified  four  categories  of  results: 

•  Case  Historical:  e.g.  lists  of  activities, 
positive  features,  problems,  successes; 

•  Prescriptive:  "Who  are  the  best  candidates 
for  this  technology?"; 

Tool  development:  e.g.  evaluation  tools, 
methods,  a.id  prciocols; 

•  Product  improvements:  suggestions  for  a 
better  Jevice,  and  user  interface  adaptations. 

In  this  paper  results  from  the  first  two  categories 
only  will  be  presented. 

Case  Historical:  e.g.  lists  of  feats,  problem  lists, 
activities  that  persons  want  or  do  not  want  to 
perform  with  the  manipulator,  reasons  for  success 
and  failure,  and  records  of  significant  events. 

As  the  evaluation  of  the  MANUS  manipulator  arm 
continued,  the  participants  performed  more  complex 
and  more  interesting  activities  with  the  MA'':"S 
arm.  Relatively  common  activities  such  as  pouring, 
drinking,  eating,  and  picking  up  objects  were 
performed  routinely.  The  feats  presented  below 
were  special  to  the  user  and  to  project  staff: 

for  the  first  time  in  40  years,  independenUy 
take  a  bite  of  a  sandwich; 

•  beeak  an  egg  en  route  to  making  an  omelette; 

•  peel  a  banana; 

•  operate  a  microwave; 

feed  a  butter  tart  to  our  welder; 

•  comb  hair  by  drawing  hair  through  comb; 

•  pull  on  a  T-shirt; 


•  turn  lights  on/off; 

insert  5  1/4  inch  diskette  into  a  computer 

disk  drive  and  close  the  door; 

lift  up  Toronto  telephone  book  (2.4  kg); 

•  paint  a  picture  (in  rather  cubistic  style); 

•  user  took  picture  of  himself  with  the 
MANUS. 

In  the  course  -^f  this  study  the  problem  Ust  waxed 
and  waned  as  new  problems  were  encountered  and 
older  ones  solved.  The  most  recent  problems 
concerned  the  "soft  touch"  of  the  MANUS.  Soft 
touch  refers  to  one  of  the  built-in  safety  properties 
of  the  MANUS  which  consists  of  a  relatively  low 
clutch  slip-level.  Thus  as  soon  as  the  arm  or  gripper 
encounters  an  obstacle  or  must  exert  a  large  amount 
of  force  the  couplings  are  designed  to  slip,  thereby 
reducing  the  amount  of  force  applied.  This 
"softening"  of  the  mechanics  of  MANUS  is  intended 
to  reduce  the  likelihood  that  the  arm  will  damage 
the  user,  other  persons  or  things  in  its  envelope  of 
operation.  However,  the  slipping  clutches  literally 
allowed  things  to  slip  from  the  MANUS'  clutches 
(gripper)  and  caused  the  MANUS  to  not  always  be 
able  to  generate  sufficient  force  to  perform  essential 
activities  e.g.  open  the  fridge  door,  open  a  bottle  or 
turn  a  door  knob.  Fo^  each  of  these  activities  we 
have  found  "tools"  or  "uicks"  to  successfully 
accomplish  them  with  the  MANUS  through 
enhancing  leverage,  friction  or  with  the  help  of  one- 
handed  assistive  devices. 

The  u-ade-offs  between  safety  and  power  or  safety 
and  proximity  are  two  of  the  basic  paradoxes  that 
must  be  resolved  in  rehabilitation  robotics.  We  must 
have  safety  of  operation  yet  the  manipulator  must  be 
sufficiently  powerful  to  perform  all  required  ADL 
activities  preferably  without  "Uicks".  Removing  the 
person  or  user  from  the  manipulator's  envelope  of 
operation  would  dramatically  enhance  the  safety  of 
the  manipulator  system,  but  at  the  same  time  would 
reduce  its  usefulness  to  near  zero. 

What  do  people  want  to  do  with  the  MANUS?  One 
of  the  questionnaires  administered  contained  a  list  of 
116  activities,  distributed  over  12  categories.  All 
subjects  were  asked  to  indicate  which  activities  they 
wanted  or  did  not  want  to  do  with  the  MANUS  arm. 
Our  analysis  afforded  a  tabulation  of  desired 
activities. 

A  preliminary  listing  of  activities  that  were  most 
highly  rated  as  acts  that  our  participants  wanted  to 
do  follows: 

The  highest  priority  items  were;  fetching  objects 
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from  shelves  which  includes  picking  up  and  placing 
books,  manuals,  and  sheets  of  paper.  The  next  most 
highly  rated  items  were:  operating  a  wall  switch, 
plugging  in  devices,  and  pouring  liquids.  Finally  a 
large  group  of  actions  that  were  chosen  by  half  of 
our  subjects  included:  eating  and  drinking,  making 
coffee,  opening  a  chocolate  bar,  brushing  teeth, 
washing  and  drying  one's  face,  turning  knobs,  and 
opening  cupboards  and  doors,  and  playing  board 
games. 

Preliminary  prescriptive  information  about 
prospective  users:  "Who  are  the  best  candidates  for 
this  technology?"; 

Information  has  been  collected  about  the  decisions 
to  accept  or  not  to  accept  this  manipulator 
technology.  The  primary  decision  was  based  on  the 
trade-off  between  benefits  and  efforts,  i.e.  the  choice 
between  what  the  arm  was  able  to  do  for  the  user 
and  how  much  time,  effort,  and  inconvenience  it 
cost  to  do  it  as  opposed  to,  for  example,  asking 
someone  else  for  assistance.  As  an  initial  attempt  at 
quantifying  this  demarcation  line  it  may  be  possible 
to  use  the  scores  on  one  of  the  standard  instruments 
i.e.  the  Revised  Barthd  Index.  Specifically,  the 
persons  who  stated  that  they  could  benefit  most 
from  this  technology  had  a  Revised  Barthel  score  of 
less  than  40,  indicating  severe  physical  impairment. 

Practical  limitations  such  as  accessibility  issues,  e.g. 
door  widths,  or  control  input  options  were  important 
considerations  which  prevented  some  of  the 
potential  users  to  accept  the  manipulator  technology 
on  their  chair  and/or  in  their  homes.  It  is  expected 
that  this  study  will  begin  to  delineate  .some  of  the 
issues  that  are  relevant  for  prescription  decisions 
and  criteria. 

Future  Plans/Needs:  Three  Paradoxes 

As  indicated  already  potential  paradoxes  exist 
around  the  safety  and  usefulness  of  this  technology. 
There  are  other  equally  challenging  paradoxes.  The 
one  that  our  colleagues  from  Lyndhurst  hospital  |3| 
stress  is  the  paradox  of  versatility  of  the  manipulator 
and  the  complexity  of  control.  The  more  a 
manipulator  can  do  the  more  complex  its  control 
commands  or  the  more  extensive  its  command  menu 
become.  The  challenge  po.scd  by  this  parado.x  is  to 
attain  a  reduction  of  the  control  burden,  either 
through  an  increase  in  the  robot's  "knowledge  of  thi- 
world"  or  through  allocating  some  intelligence  to  the 
world  itself. 

Finally  there  exists  a  paradox  that  has  to  do  with 


perceptions  and  expectations.  In  our  study  we  found 
a  big  difference  between  explicitly  stated 
expectations,  which  we  found  to  be  fairly  realistic, 
and  a  different  -  more  subconscious  -  stratum  of 
wishful  thinking  which  is  based  on  the  kind  of 
robots  which  only  Hollywood  can  produce  at  the 
moment.  In  this  battle  between  the  wishful  and  the 
real  it  is  often  the  wishful  that  determines  the  course 
of  action  followed.  Against  these  "Hollywood  odds" 
rehabilitation  robotics  must  deliver  real,  practical 
applications,  slower,  less  clever,  less  dextrous,  less 
glamorous,  but  real  and,  if  we  succeed,  really 
useful. 
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ABSTRACT 

The  Palo  Alto  VA  and  Stanford  University  have  co- 
sponsored  rehabilitation  robotics  since  1979.  The 
primary  focus  nas  been  on  the  design  of  voice- 
controlled  workstations  for  people  who  have  high- 
level  spinal  cord  Injuries.  The  tasks  rangv'  from 
daily-living  and  recreation  to  vocational  support. 
The  users  in  our  clinical  studies  have  been  VA  in- 
patients of  all  backgrounds;  for  our  vocational 
studies  a  number  of  veterans  working  in  computer- 
related  fields  have  served  as  test  subjects. 


BACKGROUND 

In  1979,  the  Rehabilitation  Robotics  Program  at  the 
Palo  Alto  VA  and  Stanford  University  began  work 
on  a  voice-controlled  manipulator  system  for 
Individuals  with  severe  physical  disabilities  such  as 
quadriplegla  caused  by  spinal  cord  injury.  Our 
vision  In  the  lntcr^'cning  years  has  not  changed. 
Initially,  the  projcrt  was  severely  constrained  by 
the  lack  of  reliable,  high-quality  technology.  Real- 
time operating  systems,  voice  Input  and  output 
systems,  microprocessor-based  computers,  and 
appropriately  scaled  robot  manipulators  were  just 
breaking  into  the  consumer  and  Industrial  markets. 
Until  1987,  our  project  performed  clinical  studies 
exclusively  in-housc,  largely  due  to  the 
experimental  nature  of  the  robot  system  [1]. 

In  1987,  the  Initial  robot  system,  based  on  8-blt 
microprocessors  and  rudimentary  user  interface 
components,  vas  replaced  by  a  new  generation  of 
technology.  Software  development  tools  and 
personal  computers  made  It  possible  to  provide  a 
color  display,  digitized  speech  output,  phone  line 
handling,  and  robust  voice  recognition  In  a  reliable 
package.  Coupled  with  an  upgraded  robot,  the 
PUMA-260,  the  system  Is  capable  of  performing 
desktop  tasks  reliably,  quickly,  and  safely.  It  has 
evolved  over  the  past  years  and  exists  today  as  the 
Desktop  Vocational  Assistant  Robot:  DcVAR  [2]. 

During  the  early  years,  we  placed  a  great 
Importance  on  User-Centered  Design:  closing  the 
design  loop  around  the  end-users  of  robot  systems. 
Through  workshops,  seminars.  Interviews  and 
exposure  to  our  prototypes,  individuals  with 
quadriplegla,  as  well  as  their  attendants  and 
families,  provided  first-hand  dcsCTiptlons  of  needs 
for  daily-living  and  vocational  support,  and 


provided  the  basis  for  task  choice  and  design 
decisions.  This  approach  has  consistently  been 
very  important  for  our  program. 

Equally  Important  was  the  conviction  that  a 
rehabilitation  robotics  team  had  to  consist  of 
engineers  and  clinicians  In  an  environment  as  close 
to  a  target  population  as  possible.  While  the 
development  work  proceeded  at  Stanford 
University  in  the  Department  of  Mechanical 
Engineering,  clinical  development  and  evaluation 
was  based  at  the  Palo  Alto  VA,  in  the  Rehabilitation 
R&D  Center  and  at  the  80-bed  Spinal  Cord  Injury 
Center  itself.  This  arrangement  facilitated  and 
fostered  contact,  communication,  and  access 
between  all  involved. 

Between  1987  and  1989,  after  the  rework  of  the 
robot  system  we  performed  clinical  studies  to 
verify  that  the  tasks  and  interface  design  concepts 
met  with  users'  expectations  for  a  robot  assistant 
|3],  and  to  build  on  their  feedback. 

By  1989,  we  started  field  studies  in  real-life 
vocational  settings,  and  have  gained  valuable 
additional  data  from  these  long-term  installations 
on  robot  task  and  interface  design  [4,  5]. 

In  1991,  the  Palo  Alto  VA  Rehabilitation  R&D 
Center  transferred  DeVAR  technology  to  a  small 
company.  The  VA  Rehabilitation  Evaluation  Unit 
has  purchased  two  systems  to  perform  formal 
clinical  testing  of  DcVAR  at  V,\  Spinal  Cord  Injury 
Centers  during  1992. 

Our  robotics  program  began  a  3-year  development 
project  In  1991  to  foois  on  the  vocational  training 
needs  for  Individuals  whose  quadriplegla  makes 
accessing  conventional  learning  materials  an 
Impossibility.  By  concentrating  on  developing  a 
unified  software  environment  and  a  complete 
support  environment  for  vocational  and  daily- 
living  needs,  people  with  physical  disabilities  can 
access  the  vocational  materials  effectively  and 
compete  equally  in  the  computer-based  job  market. 


OBJECTIVES 

1-iinctlon:  Rehabilitation  robot  systems  have  as 
their  primary  goal  the  return  of  lost  funrtlon  for 
people  with  physically  disabilities.  Handicaps 
result  from  having  no  means  or  inadequate  means 
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of  performing  tasks  no  longer  accessible.  DeVAR 
replaces  function,  not  anatomy,  by  providing  Its 
user  with  a  general-purpose,  mechanical, 
programmable  servant.  Other  robots  such  as  Manus 
take  a  different  approach:  they  can  be  seen  more 
as  physical  extensions  of  the  user  [6]. 

Tasks:  DeVAR's  design  gives  it  a  large  repertoire  of 
well-defined  tasks  in  a  workstation  environment. 
The  tasks  involve  objects  up  to  1  kg,  and  less  than 
100  mm  in  at  least  one  dimension.  Equipment  it 
can  operate  must  have  knobs  and  handles  of  good 
ergonomtc  design.  Some  tasks  require  special 
fixtures,  such  as  holders  for  styrofoam  cups  or  racks 
to  hold  spoons  with  medication.  In  general, 
normal  office  and  home  equipment,  objects  and 
a<.t<ons  can  be  accommodated. 

Task  Programming:  A  robot  programmer  must  set 
up  tasks  on  DeVAR  prior  to  their  use.  The 
relationships  between  interface  aspects  (voice 
messages,  prompts,  warnings),  robot  programming 
(tight  tolerances,  way-points,  exception  handling, 
singularities  in  the  kinematics)  and  the  task 
environment  (objects,  fixtures,  electrical  connec- 
tions) make  such  an  endeavor  a  major  undertaking. 
More  importantly,  users  have  expressed  that  they 
do  not  want  to  become  robot  programmers;  they 
just  want  to  use  the  machine.  It  is  much  more 
important  to  them  that  the  system  operate  reliably 
than  that  they  be  able  to  add  a  task. 

Independence:  The  set  of  robot  tasks  must  be  able 
to  make  the  user  independent  of  attendant  help 
for  an  extended  period  of  time.  If  this  can  not  be 
assured,  then  there  is  no  practical  advantage  to 
using  a  robot,  since  an  attendant  will  need  to  be 
available  in  case  of  malfunction  or  for  non- 
robotized  tasks  [7].  More  Importantly,  the  commer- 
cial success  of  a  robot  system  depends  on  being 
able  to  replace  attendant  care  for  two  to  four  hour 
periods.  Any  R&D  project  needs  to  take  such  real- 
world  forces  into  account. 

User  Profile:  The  target  population  for  DeVAR 
consists  of  Individuals  with  quadrlplegia  resulting 
from  level-C6  or  higher  splnal-cord  injury,  with  no 
head-injury  involvement  [8].  The  need  for  a  well- 
defined  target  population  allows  the  first  genera- 
tion of  machines  to  have  as  homogeneous  a  user 
group  as  possible.  The  interface  and  robot  require- 
ments for  users  with  other  conditions  are  very 
different.  At  this  point,  it  is  neither  desirable  nor 
technologically  feasible  to  make  a  safe  DeVAR- 
derlvatlve  robot  system  for  operators  with  cogni- 
tive, communicative  or  certain  motor  impairments. 

Project  Goal:  To  make  an  effective  design,  you 
have  to  know  your  user.  We  have  concentrated  on 
making  the  robot  operator  our  'user'.  In  the  R&D 
phase,  that  Is  most  important.  But  there  are  other 
users.  Administrators  and  health  care 


reimbursement  agencies  are  users  of  technology  as 
well.  They  use  it  to  reduce  costs  and/or  improve 
health  care.  As  systems  such  as  DeVAR  enter  the 
marketplace,  these  users  must  see  the  value  of 
their  investment,  Ease  of  use  (for  them!), 
reliability,  maintainability,  and  customizability 
acquire  new  hues. 


APPROACH 

The  Setting:  The  primary  application  of  DeVAR  is 
to  support  the  manipulation  and  environmental 
control  needs  of  a  person  with  quadrlplegia.  The 
focus  is  on  the  vocational  setting.  The  primary 
Incentive  is  to  support  people  who  wish  to  pursue 
a  career,  but  who  cannot  do  so  due  to  a  disability. 
The  goal  is  to  provide  independence  and  privacy 
by  replacing  attendant  care  in  the  workplace  for 
extended  periods  of  time.  The  attendant  provides 
set-up,  lunch,  and  evening  care,  but  is  otherwise 
absent.  The  goal  of  robot  care  is  to  provide  an 
Island  of  Independence  during  a  phase  of  daily  life 
that  is  most  easily  aided  by  automation:  the 
vocational  desktop  setting. 

Role  of  Attendant  Care:  A  reason  tor  concentrating 
on  the  work  setting  is  the  unequivocal  need  for 
attendant  care  in  the  home.  It  is  more  difficult  to 
justify  a  DeVAR-type  robot  in  a  home  setting  due 
to  the  natural  lack  of  structure,  the  need  to 
perform  tasks  in  a  space  much  larger  and  more 
varied  than  a  workstation,  the  need  to  rely  on 
attendant/family  care  for  many  feeding,  dressing, 
and  toileting  tasks,  and  the  natural  companionship 
of  family. 

Effectiveness:  To  ascertain  the  appropriateness  of 
presaibing  a  robot  system,  any  potential  client 
receives  a  preliminary  workplace  task  assessment 
[8].  An  analysis  of  the  tasks  then  shows  whether 
the  robot  will  be  able  to  attend  to  all  of  the  on-call 
vocational  and  daily-living  needs  [9].  All  tasks  that 
cannot  be  robotized  must  be  solved  In  another 
way.  Either  the  task  must  be  done  by  the 
attendant  during  set-up  phases,  or  other  office 
workers  must  be  able  to  perform  the  necessary  on- 
call  functions.  If  the  task  assessment  does  not  lead 
to  a  satisfactory  solution,  then  the  decision  to 
Install  a  robot  must  be  reviewed. 

Relationship  between  User  and  Robot:  The  DeVAR 
system  is  not  considered  a  prosthesis.  Rather,  the 
user  considers  it  a  mechanical  attendant.  The  user 
has  a  very  different  relationship  with  DeVAR  than 
with  a  robot  such  as  Manus  [6].  DeVAR  is  primarily 
commanded  (by  voice);  Manus  is  controlled 
(typically  by  joystick  and  buttons),  and  Is  therefore 
much  more  appropriate  for  unstructured  tasks. 
Manus,  mounted  on  the  wheelchair,  goes  where 
the  user  does.  DeVAR,  since  It  is  customized  to  a 
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setting  and  a  task  set,  Is  more  efficient  for  the 
workstation  environment.  The  type  of  tasks  a  user 
needs  to  do  determines  which  robot  geometry  and 
Interface  are  most  suitable. 


DISCUSSION  AND  FUTURE 

Workstations  such  as  DeVAR  have  the  advantage  of 
a  structured,  well-defined  domain.  Current 
technology  makes  roLot-based  solutions  satisfactory 
from  a  human  perspective,  In  terms  of  reliability, 
speed,  ease  of  use,  etc.  In  larger  and  unstructured 
domains,  however,  much  more  buUt-I"  sensing  and 
computing  power  are  needed  to  make  the  systems 
function  reliably  and  safely.  This  Is  not  available, 
even  piecemeal,  outside  of  the  R&D  labs  today. 

Projecting  further  Into  the  future.  It  will  require 
even  more  computer  power,  research  time,  and 
designer  Ingenuity  to  solve  the  problem  of  user 
access  to  such  complex  machines.  Without  an 
appropriate  user  Interface,  only  robot  programmers 
will  be  able  to  enjoy  such  robots.  It  will  certainly 
not  be  the  people  whose  only  goal,  vls-4-vls  the 
robot.  Is  to  use  It  to  perform  tasks  that  must  be 
done  In  the  normal  course  of  a  day.  It  Is  a  daunting 
endeavor. 

But  the  future  of  telerobotlcs,  of  which 
rehabilitation  robotics  is  a  small  branch  for  the  time 
being,  has  much  mainstream  promise  in  the  coming 
decades,  and  people  with  disabilities  will  be  among 
its  major  beneficiaries. 
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ABSTRACT 

This  paper  presents  the  results  of  the  technical  aspects 
of  the  evaluation  and  the  optimization  process  engaged 
following  the  remarks,  criticisms  and  advices  coming 
from  the  occupational  therapists  and  the  users  of  the 
MASTER  robotized  system  developed  by  (he  French 
Atomic  Energy  Commission  (CEA). 

BACKGROUND 

The  MASTER  robotized  system  is  a  technical  aid  for 
helping  the  seriously  disabled  of  the  upper  limbs  to 
manipulate  objects,  includinganenvironmental  control 
system.  Several  papers  have  been  already  published 
about  MASTER  (1)  (2)  (3)  (4)  (5)  and  its  application 
within  a  workstation  (6). 

Since  the  begining  of  1991,  three  prototypes  of 
MASTER  have  been  evaluated  in  the  french 
rehabilitation  centers  of  KERPAPE  (Lorient,  referred 
"KE")  ,  LAY  ST  CHRISTOPHE  (N^r.cy,  referred 
"LS")  and  L'HOSPITALET  (Montoire-sur-le-Loir, 
referred  "HO") .  This  experience  over  a  period  of  one 
year  was  supervised  by  INSERM'  in  cooperation  with 
CTNERHF  .  It  has  allowed  to  test  to  what  extent  the 
system  is  adequate  in  performing  the  tasks  which  were 
selected  for  their  generic  aspect .  It  has  also  contributed 
in  evaluate  the  psycho-sociological  impact  of  such  a 
technical  aid  on  the  disabled  consumers. 

OBJECTIVE 

Two  weeks  of  training  to  configure,  to  program  and  to 
use  the  system  were  assured  in  the  CEA  laboratory  for 
the  personel  of  the  rehabilitation  centers. 
The  three  experimentation  sites  meniionned 
beforehand  have  been  selected  because  they  had  a 
suitable  technical  infrastructure  able  to  easily 
communicate  with  the  CEA  team  and  because  their 
disabled  patients,  although  similar  as  concerns  their 
deficiency  ,  implicated  different  situations. 


'  INSERM  :  Institut  National  dc  la  Sante  et  de  la 
Recherche  Medicale 

^CTNRHl :  Centre  Technique  Nationale  de  Recherche 
sur  le  handicap  et  les  Inadaptations 


Indeed,  it  was  essential  to  ensure  the  success  of  the 
evaluation  of  such  an  innovating  technical  aid  like 
MASTER  to  cover,  as  much  as  possible,  a  wide  range 
of  applications  in  real  situation,  from  the  daily 
training  in  a  classical  occupational  therapy  department 
until  thehomesituation.lt  is  the  reason  why  different 
philosophy  were  adopted  depending  on  the  site,  but  in 
any  case  the  users  had  vountarily  accept  to  participate 
to  this  experimentation  .So,  in  some  cases  the 
experimentation  was  conducted  during  a  period 
spent  at  the  hospital  with  frequent  runs  ;  the  robot 
being  installed  in  an  electronic  laboratory  (KE)  or 
occupational  department  (LS)  or  in  the  own  bedroom 
for  a  defined  period  (HO) . 

We  shall  point  out  that  during  or  after  the 
experimentation  duration  some  modifications  of 
situation  have  been  done,  for  example  the  robot  of 
KE,  initially  installed  in  the  electronic  laboratory  has 
been  mounted  on  a  mobile  structure  and  moved  in 
different  bedrooms,  the  robot  of  HO  is  now  in  the 
public  cafeteria  of  the  center,  the  robot  of  LS  will  be 
transferred  at  home  . 

METHODOLOGY 

In  each  site  the  fundamental  following  rules  were 
applied: 

-  to  get  a  global  view  of  the  user's  reaction  by 
analyzing  their  wishes  and  needs; 

-  to  develop  the  tasks  the  users  want  to  be  performed 
in  knowing,  so  far,  the  limits  of  the  system; 

-  to  test  and  adapt  the  user  interfaces  as  regards  the 
nature  of  the  handicap; 

-  to  study  the  psyco-sociological  impact  of  such 
sophisticated  technical  aid  in  function  of  the  sex,  the 
age,  the  profession,  the  time  when  the  handicap 
occured,etc.;  this  was  realized  in  answering  a 
questionnaire  which  was  identical  for  each  site  and 
computerized  afterwards. 

Evaluation  protocole  :  Whereas  a  great  autonomy 
was  left  to  each  responsible,  a  common  protocole 
was  adopted  as  follows: 
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-  To  present  the  whole  system; 

-  To  try  the  different  user  interfaces  depending  of  the 
user's  handicap; 

-  To  show  the  different  automatic  tasks; 

-  To  show  the  functioning  in  direct  mode. 

The  training  time  was  variable  depending  on  the 
availability  of  the  patients  sometimes  half  a  day  , 
sometimes  a  week,  the  mean  time  being  1 2  hours  . 

Population  characteristics  :  Generally,  the  studied 
cases  mainly  concerned  the  functional  quadriplegia' 
spinal  injured  with  high  level  and  muscular  distrophy 
patients.  For  the  cerebral  palsy  individuals,  it  has  been 
frequently  necessary  to  give  a  personal  touch  to  the 
user  interface.  Some  arthrogriposis  and  S.E.  P.  patients 
have  also  panicipated  to  this  experimentation. 
A  majority  of  men  have  participated  to  these 
evaluations,  they  are  generally  young  ,  the  level  of 
study  is  variable,  they  live  now  at  home,  their  handicap 
is  not  recent  and  their  residual  motricity  is  quite 
limited.  They  use  anelectronic  wheelchair  and  demand 
that  the  user  interface  used  to  command  the  robot  was 
compatible  with  it. 

Tasks  realized :  In  the  three  sites,  the  following  tasks 
have  been  tested  and  validated ;  DRINK,  PHONE  and 
AUDIO/  VIDEO.  They  employ  automatic  program? 
written  with  the  MASTER  language  and  for  the  two 
last  they  make  a  call  to  the  direct  mode  and  the 
environmental  control  system.  In  addition,  many 
programs  have  been  written  by  the  occupational 
therapists,  bringing  a  typewriter,  fetching  a  board, 
,tuming  pages  of  a  magazine,  eating  ,smoking,playing 
Othello  and  chess,  toilet :  shaving,washing,wiping,ctc.. 

Wanted  improvements  :  All  users  want  some 
improvements  in  the  man-machine  dialogue  and 
chiefly  a  more  efficient  speech  recognition  unit,  a 
digital  voice  to  confirm  orders,  acordless  link  between 
the  robot  and  the  user.  The  arrangement  of  robot 
within  the  workstation  need  further  upgrades  and  it  is 
wished  that  the  robot  was  installed  on  a  mobile  base. 

DESKIN  CONCEPT 

Taking  intoconsideration  all  comments andcrilic  isms 
hereabove  ,the  CEA  started  at  the  begining  of  1992 
the  study  and  development  of  a  new  version  of  the 
MASTER  system  still  always  limited  to  a  fixed 
manipulator. 


Considering  the  architecture  of  the  system,,  we  are 
undertaking  the  control  of  the  whole  functionalities 
of  the  system  from  a  personal  computer.  Thus,  the 
robot  controller,  the  environmental  control  system, 
the  man-machine  interface  and  the  office  softwares 
daily  employed  by  the  disabled  persons  are  designed 
in  an  integral  way.  This  permits  the  integration  of 
computized  office  work  in  the  system.  The 
cumbersomeness,  the  number  of  connecting  interfaces 
is  obviously  reduced,  thus  increasing  the  reliability 
of  the  system.  The  use  of  standard  commercially 
available  hardware  give  rise,  so  far,  to  a  reduction  of 
the  final  cost. 

Taking  into  consideration  the  priority  access  to  some 
functions,  as  alarm,  telephone. ..the  environmental 
control  system  becomes  the  basic  unit  of  the  system, 
the  manipulatorremaininga  sophisticated  peripheral, 
the  man-machine  communication  will  be  easier  to 
use  thanks  to  a  new  pictographic  presentation  on  a 
larger  video  display  and  a  more  efficient  speech 
recognition  unit.  To  realize  automatic  tasks  two 
programming  levels  will  be  available;  a  user-friendly 
task  oriented  language  accessible  to  non-specialist 
users,  linked  with  a  data  base  describing  the  objects 
to  be  manipulated  by  the  robot  wii'iin  the  workstation, 
and  an  off-line  programming  language  for  more 
complex  tasks.  This  will  allow  to  create  more 
interactive  programs  and  make  easier  the  use  of  the 
complete  robotized  system  with  a  better  safety. 
This  improvements  will  be  evaluated  on  an  office 
workstation  at  the  end  of  1992,  at  the  home  of  a 
CEA's  tetraplegic  engineer. 
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1.  Introduction 

Research  at  Cambridge  into  interactive  robotics 
for  applications  in  rehabilitation  has  concentrated 
on  the  development  of  the  task-level  programming 
language  CURL  and  certain  aspects  of  the  human- 
computer  interface.  The  research  programme  has 
been  supported  by  extensive  user  trials  which  fall 
under  two  main  headings;  educational  tasks  and 
vocational  tasks.  The  user  trials  to  date  have  made 
use  of  the  RTX  robot,  but  a  current  project 
includes  the  development  of  a  spccial-putposc 
robot  for  a  range  of  inspection  tasks  within 
industry. 

The  interface  to  CURL  is  di.scusscd  later  in  this 
paper.  The  next  sections  outline  the  tasks  which 
users  have  been  able  to  carry  out  using  a  robot 
system.  The  activities  covered  by  the  research 
programme  started  with  classroom-based 
educational  tasks  and  then  moved  to  vocational 
activities.  The  vocational  activities  have  been 
concerned  with  inspection  ta.sks  within  hghi 
assembly  and  the  electronics  industry. 

2.  Activities  and  their  user  groups 

2.1  Educational  activities 

This  research  programme  1 1  ]  was  aimed 
specifically  at  providing  a.ssistance  in  ihe 
developmental  education  of  physically  disabled 
children.  The  programme  was  carried  out  with  the 
Bamardos  New  Mo.ssf  jrd  School  in  North  London 
between  about  1986  and  1989.  The  children  who 
used  the  robot  were  wheelchair  users  and  mainly 
lacked  the  manual  dexterity  to  manipulate  objects. 
Many  had  also  .suffered  some  degree  of  brain 
damage.  The  children  ranged  in  age  from  i  to  18. 

The  main  activities  for  which  robot-assiiicd 
schemes  were  devised  were: 

-  Early  developmental  education  aciivitics 

-  Interactive  game  play 

-  Painting 

-  Interactive  chemistry  expcrimenis 
•  Elementary  cooking 

-  Robot-assisted  feeding 

In  planning  the  tasks  the  role  of  ihc  teacher  was 
regari'cd  as  essential.  The  teacher  sets  up  the 
activity,  with  the  robot  actions  programmed  using 
CURL.  It  should  be  noted  that  CURL  has  been 
designed  to  be  accessible  at  the  progranimmg 
level  to  ix;ople  who  arc  not  expert  coinpiiier  users. 


The  teacher  also  acts  as  supervisor  during  the 
activity,  as  in  most  classroom  activities. 

2.2  Vocational  assessment  activities 

An  assessment  procedure  is  important  when 
introducing  a  robot  system  to  a  particular  disabled 
individual  and  there  must  exist  some  formal 
method  for  measuring  a  person's  ability  to  use  the 
robot  effectively. 

Within  the  research  programme  assessment  has 
been  largely  the  responsibility  of  the  Papworth 
Group.  The  Group  is  collaborating  with  the 
Cambridge  Engineering  Dcpaitment  in  a  project 
supported  by  the  ACME  Directorate  of  the  UK 
Science  and  Engineering  Research  Council  [2]. 
The  Papworth  Group  contains  vocational 
placement  specialists  who  are  concerned  with 
assessment  and  placement  of  people  with  physical 
disabilities. 

The  initial  assessment  task  used  one  of  the 
VALPAR  Tri-level  Measurement  Worksamples. 
This  worksample  measures  a  persons  ability  to 
perform  precise  inspection  and  measurement  tasks 
and  to  make  decisions  based  on  certain  criteria.  In 
its  basic  form  it  requires  visual  acuity, 
discrimination,  decision-making,  forward  reach 
and  hand-eye  coordination.  A  robot-assisted 
\  crsion  of  the  worksample  has  been  set  up  which 
allows  a  disabled  person  to  inspect  the 
workpieces,  make  the  appropriate  decisions  and 
instruct  a  robot  to  carry  out  the  required 
manipuUilion. 

The  VALPAR  task  docs  not  offer  a  means  of 
providing  a  standard  lest  for  assessing  user-robot 
iiiieracilon.  A  second  assessment  system  is  now 
being  developed  at  Papworth  and  has  been  given 
the  acronym  IRQAT  (3)  (Interactive  Robot 
Quantiuitive  Assessment  Test).  Its  main  purpose  is 
to  provide  a  measure  of  an  individual's  ability  to 
control  a  robot  whilst  performing  a  generic  task 
using  a  range  of  control  approaches.  It  consists  of 
a  set  of  pegs  which  have  to  be  moved  over  a 
harrier  and  placed  in  holes  in  a  rack. 

The  IRQAT  will  use  the  full  features  of  the 
current  version  of  CURL,  including  the  log 
facility  to  record  time  taken  and  commands  used. 
IRQAT  uses  a  number  of  levels  of  interaction. 
The  first  level  is  purely  passive  as  far  as  the  user 
is  eoiu  cmed.  Whilst  the  robot  is  doing  the  task  on 
this  automated  level,  the  user  is  being  instructed 
as  to  the  functions  the  robot  is  performing.  The 
instnietioiis  will  be  in  the  form  of  a  standard 
script.  This  stage  gives  the  user  an  understanding 
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of  ihe  task  and  a  view  of  the  motions  it  can 
perfonn.  It  also  allows  the  base  time  for  the  task 
to  be  established. 

On  the  second  level,  the  user  is  given  access  to  a 
Procedure  Selection  Menu  which  offers  a  number 
.  of  procedures  to  complete  the  task.  The  time  the 
user  takes  to  do  this  is  stored. 

On  the  third  level,  the  user  is  given  access  to  a 
Command  Selection  Menu  from  which  a  number 
of  lower  level  procedures  can  be  selected  to 
complete  the  task. 

On  the  fourth  trial,  the  user  is  given  access  to  a 
Direct  Drive  Menu  which  allows  direct  control  of 
the  robot's  movements.  The  time  for  this  is  also 
taken. 

The  initial  aim  is  to  assess  a  group  of  employees 
of  the  Papworth  Group,  each  with  a  different  level 
of  motor  dysfunction.  They  will  complete  the 
various  levels  of  the  task  and  attempt  different 
control  approaches.  The  results  will  be  analysed 
and  a  norm  group  will  be  established  for  the  future 
comparison  of  people  using  the  system.  The  long 
term  aim  is  to  be  able  to  include  the  IRQAT  as 
part  of  a  standard  vocational  assessment  as 
already  performed  at  the  Assessment  and 
Development  Centre  of  Papworth.  People 
identified  as  having  appropriate  reasoning  ability, 
plus  limited  motor  skills,  will  be  assessed  as  to 
their  ability  to  use  a  generic  interactive  robot 
environment. 

23  Workshop  activities 

The  choice  of  an  inspection  task  as  most  suitable 
for  the  initial  implementation  of  a  vocational 
workstation  was  made  following  detailed 
consideration  of  the  opportunities  for  interactive 
robotics  within  manufacturing  industry  [4|.  The 
key  to  success  in  the  choice  of  task  is  the 
identification  of  an  activity  in  which  the 
introduction  of  interactive  robotic  methods  can 
improve  the  overall  production  process.  The 
following  criteria  for  task  selection  are  proposed: 

-The  chosen  task  must  be  within  the 
manufacturing  industry  and  require  human 
decision  making  and  modest  manual  dexterity. 
-The  task  must  have  a  high  decision-making  to 
manipulation  requirement. 
-The  semi-automation  of  the  task  must  provide  u 
benefit  to  the  target  industries. 

-The  introduction  of  automation  will  not 
eliminate  the  need  for  human  decision-making. 

-The  disabled  individual  should  be  able  to 
interact  with  the  robot  in  order  to  perform  the  task 
with  minimal  assistance  from  fellow  employees. 

-The  introduction  of  the  robot  hardware  should 
involve  minimum  disturbance  to  the  existing 
industrial  practice  and  plant  set-up. 


A  workstation  which  satisfies  these  criteria  is 
under  development  in  a  collaborative  exercise 
involving  Cambridge,  the  Papworth  Croup  and 
Grascby  Microsystems.  It  is  intended  for  the 
visual  inspection  of  hybrid  microciicuits,  and  has 
been  given  the  aaonym  IRVIS  (Interactive  robot 
visual  inspection  system).  Its  main  component  is 
an  interactive  camera  manipulation  and  circuit 
handling  system.  IRVIS  will  be  designed  to 
provide  additional  functionality  so  that  the  user 
can  carry  out  all  aspects  of  the  task  of  visual 
inspection: 

-Automated  movement  of  microcircuits  during 
inspection. 

-Automated  control  of  camera  inspection 
equipment 

-Computer-based  document  storage  and  retrieval. 
-Computer-based  access  to  pictures  and  diagrams 
for  reference. 

-Document  preparation  and  updating. 

3.  Human-computer  interface 

The  initial  versions  of  CURL,  which  were 
developed  for  the  educational  activities,  operate 
under  MSDOS  [5].  Where  necessary,  they  use 
screen  text  display  as  feedback  to  the  user.  The 
user  input  method  was  usually  chosen  to  be  the 
same  as  that  used  by  the  children  for  access  to 
other  aids  within  the  classroom.  Input  devices 
ranging  from  a  single  switch  to  a  full  keyboard 
were  used. 

Many  of  the  tasks  used  a  sound  prompt  from  the 
computer  and  no  feedback  from  a  visual  display. 
In  this  way  they  offered  more  direct  interaction 
between  robot  and  user.  For  example,  in  a  block 
colour  matching  test  the  robot  picks  up  a  coloured 
block  and  holds  it  over  a  bin  while  prompting  the 
usa.  The  user  can  accept  or  reject  the  robot's  offer 
to  drop  the  block  into  the  bin. 

All  task  procedures  programmed  in  CURL  are 
accessible  via  the  computer  display  using  two 
independent  binary  inputs,  one  to  scan  and  the 
second  to  select.  In  general,  the  educational  tasks 
were  devised  so  that  they  did  not  require  the  direct 
drive  mode  within  CURL  and  proportional 
analogue  input  was  not  needed. 

The  full  functionality  of  CURL  requires  the 
equivalent  of  a  two-dimensional  joystick  and  two 
switches.  The  current  MSDOS  version  of  the 
program  allows  the  use  of  a  standard  commercial 
joystick,  connected  via  the  games  port,  with  menu 
options  specific  to  the  joystick  displayed  on  the 
computer  screen.  It  is  anticipated  that  most  users 
of  interactive  robotics  within  industry  will  use  a 
wheelchair  for  mobility  and  a  joystick  or 
equivalent  is  envisaged  as  the  main  means  of 
input  for  the  interactive  workstation  now  being 
developed. 
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Some  tesui  have  been  carried  out  using  voice 
input.  Voice  input  has  the  advantage  that  it  orrers 
a  direct  method  for  accessing  computers  for 
people  unable  to  use  a  normal  keyboard.  The  user 
is  able  to  maintain  his  or  her  attention  on  the 
activity  rather  than  the  interface  device.  The  use 
of  speech  feedback  again  removes  a  source  of 
distraction  between  user  and  robot. 

A  version  of  CURL  which  operates  under  the 
Windows  environment  is  in  preparation.  This 
version  should  offer  considerable  improvements  in 
the  human-computer  interface.  It  is  proposed  that 
each  functional  component  of  CURL  should  exist 
in  a  separate  window.  Any  combination  of  the 
CURL  functions  may  therefore  be  viewed  and 
accessed  at  the  same  time.  The  use  of  the 
Windows  Visual  Keyboard  (WiViK)  will  facilitate 
access  to  CURL  and  other  programs  running 
under  Windows  for  non-keyb<»rd  users.  WiViK 
provides  keyboard  emulation  when  the  user  clicks 
on  the  'keys'  using  a  mouse  or  mouse  emulator. 


4.  Current  research 

As  described  in  the  previous  section,  work  on  the 
porting  of  the  CURL  program  to  the  Windows 
environment  is  now  in  progress.  Access  to 
Windows  by  people  with  physical  disability  has 
recently  been  improved  through  both  software  and 
hardware  developments.  Examples  are  the 
keyboard  emulator  controlled  by  mouse 
equivalents  based  on  trackerballs  and  joysticks. 
Another  advantage  of  the  move  to  Wmdows  is 
that  access  to  CURL  can  be  provided  in  a  standard 
form  for  applications  in  which  the  control  of  a 
robotic  device  forms  only  part  of  the  functions 
implemented  on  the  conu-olling  computer. 

CURL  was  designed  to  facilitate  the  ra|;ul 
interfacing  of  new  devices.  However,  the  only 
robot  drivers  currently  implemented  are  for  the 
UMI  RT  series  robot  arms.  An  interfacing 
specification  is  under  development  to  formalise 

the  communication  requirements  between  CURL 
and  a  generic  device.  This  specification  should 
provide  a  framework  for  the  development  of  new 
CURL  device  drivers  within  the  Windows  version. 

The  use  of  sensors  and  the  incorporation  of 
feedback  from  sensors  within  the  control  loop  are 
also  under  active  consideration.  The  feedback  may 
be  used  to  augment  the  operator's  understanding 
of  the  environment  or  to  modify  the  information 
in  the  CURL  database  of  objects.  Some  work  is  in 
progress  on  a  computer  vision  system  which 
extends  earlier  work  [1]  on  the  use  of  markers  to 
identify  objects  to  be  picked  up  by  the  robot. 


S,  Conclusions 

The  research  programme  in  rehabilitation  robotics 
at  Cambridge  has  included  a  number  of  user  trials 
at  the  Bamardos  New  Mossford  School  and  the 
Papwonh  Group.  The  work  with  the  Papwonh 
Group  has  led  to  a  new  approach  to  quantitative 
assessment  of  the  way  in  which  a  user  can  use  a 
robot  system  to  carry  out  certain  manipulative 
tasks. 

A  collaborative  programme  with  the  Papwonh 
Group  and  Grascby  Microsystems  has  as  its 
objective  the  development  of  a  workstation  which 
will  enable  a  person  with  severe  disability  to 
undertake  an  inspection  task  within  a  production 
process. 
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WORKPLACES  WITH  ROBOTS  FOR  PEOPLE  WITH  PHYSICAL  DISABILITY 

AN  EXPERIMENT 
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Institute  for  Rehabilitation  Research  (IRV),  Hoensbroek 
The  Netherlands 


Introduction 

Jobs  for  poeple  with  motor  handicaps  are  very 
scarce.  Persons  with  a  reasonable  education  and 
work  experience  have  the  best  opportunities  to  keep 
their  job  or  to  find  a  new  job,  specially  when  they 
acquired  a  disability  as  a  result  of  an  accident  But 
it  is  very  difficult  for  them  too.  The  Dutch 
Government  announced  in  1988  regulations  to  force 
the  industry  to  employ  handicapped  people.  The 
industry  does  not  like  to  employ  handicapped  people 
since  their  production  can  b&  substantially  lower  and 
is  thus  more  costly  than  that  of  non-handicapped 
workers. 

In  spite  of  the  progressive  character  of  these 
regulations,  the  Dutch  Government  was  not  able  to 
supply  the  industry  with  guidelines  for  the  kind  of 
workplace,  type  of  work,  tools  etc.,  simply  due  to 
lack  of  information  about  this  subject.  Workstations 
with  vocational  robotic  arms  designed  for  specific 
persons  and  for  specific  tasks  have  shown  that  small 
size  robotic  arms  can  help  people  to  perform  a  task. 
However,  the  experiences  with  these  workstations, 
although  all  being  very  positive,  are  such  that  they 
cannot  be  used  as  general  guidelines. 

It  is  from  this  background  and  under  the  assumption 
that  in  metal  and  electronic  industries  small  and 
medium  size  robotic  manipulators  will  be  used  on  a 
large  scale  for  the  assembly  of  parts  and  the 
fabrication  of  components  that  this  experiment  in  a 
sheltered  workshop  was  carried  out. 

Statement  of  Problem 

In  general,  performing  a  task  requiring  motor  skills, 
a  worker  with  a  motor  handicap  will  need  some 
assistive  tools  and  will  develop  specific  strategies  to 
compensate  for  limitations  of  his/her  motor 
functions.  Under  the  assumption  that  a  multi- 
functional robotic  arm  can  be  used  as  an  assistive 
tool  to  the  worker,  a  task  can  be  divided  into  sub- 
tasks  in  such  a  way  that  the  worker  can  perform 
some  sub-tasks  and  the  robotic  arm  can  do  the 
remaining  sub-tasks.  The  activities  of  the  robotic 
arm  can  vary  from  passing  tools  and  components  to 
the  worker,  to  a  fully  automated  tool  requiring  no 
human  intervention.  The  worker  can  also  act  as  a 
supervisor  or  can  index  the  robotic  arm. 


The  primary  goal  of  this  experiment  was  to  identify 
a  method  that  allows  for  an  objective  division  of  a 
task  into  sub-tasks  to  be  performed  by  the  worker 
with  limited  arm  and/or  hand  functions,  and  into 
sub-tasks  for  the  robot  Other  objectives  were  to 
demonstrate  the  method  with  a  real  industrial  task  in 
a  real  production  environment  and  to  identify 
guidelines  for  the  human  interface  with  the  robot 

To  create  a  job,  economical  and  social  aspects  have 
to  be  taken  into  account  These  aspects  will  not  be 
considered,  in  spite  of  the  fact  that  a  job  cannot  be 
done  if  e.g.  no  transportation  is  available. 

Method 

Since  the  potential  group  of  workers  are  people  with 
limited  or  no  motor  function,  a  description  of  a  task 
in  terms  of  sensori-motor  activities  of  a  human 
being  is  required.  Traditional  methods  for  task 
analysis  cannot  be  used,  since  they  are  mainly  based 
on  performance,  thus  measuring  experience;  such  as, 
how  fast  can  a  person  drill  holes  or  put  components 
together. 

A  comparison  of  the  sensori-motor  activities 
required  by  the  actual  task  with  those  of  the  worker, 
identifies  basically  the  task  activities  the  worker  can 
perform  and  consequently  also  the  sub-tasks  for  the 
robot. 

The  Method  Time  Measurement  (MTM)  is  a  method 
for  analyzing  tasks  based  on  the  fact  that  a  task  is 
actually  a  sequence  of  elementary  motions  of  the 
human  being  performing  that  task.  For  example  to 
grasp  a  pencil  from  the  table,  one  has  first  to  reach 
for  it  then  grasp  the  pencil,  lift  it  and  finally  to 
reposition  the  hand  to  the  desired  position:  four 
elementary  motions.  MTM  distinguishes  20 
elementary  motions. 

Another  characteristic  of  MTM  is  that,  weighted  by 
the  difficulty  of  the  motion,  each  elementary  motion 
has  been  given  an  amount  of  time,  the  normalized 
execution  time.  The  nominal  execution  time  for  a 
given  task  can  be  calculated  by  simply  adding  the 
individual  normalized  execution  times  of  all 
identified  elementary  motions. 


MTM  allows  also  for  a  number  of  other  aspects: 

•  The  individuals  performance,  related  to 
his/her  own  work  method,  can  be  calculated 
by  comparing  the  measured  task  time 
with  the  nominal  execution  time; 
MTM  allows  to  identify  the  strategy  for 
compensation  for  limited  motor  functions 
by  comparing  the  MTM  analysis  of  a 
task  performed  by  a  worker  with  limited 
motor  functions  with  that  of  the  same 
task  done  by  an  able-bodied  person. 

Since  the  method  is  based  on  elementary 
movements,  it  can  be  used  for  the  analysis  of  any 
task  performed  by  anybody  including  robots.  This 
may  result  into  some  guidelines  for  the  human 
interface  and  the  control  program  for  the  robot  and 
the  calculation  of  the  robot  performance. 

The  execution  of  a  complete  task  is  a  combination 
of  human  and  of  robotic  activities.  Synchronization 
is  therefore  very  important.  Guidelines  for 
synchronization  can  be  found  in  the  MTM  analysis. 

The  MAST  test  can  be  used  for  the  assessment  of 
the  worker,  the  inventory  of  motor  functions.  This 
assessment  test  is  based  on  MTM  and  tests  each 
elementary  movement  and  combinations  of  motions 
in  an  increasing  order  of  difficulty.  The  result  of  the 
assessment  shows  which  motor  functions  are 
available  and  what  type  of  job  activity  the 
individual  can  do  best,  e.g.  surface  mounting. 

The  Purdue  Pegboard  Test  or  the  Minnesota  Manual 
Dexterity  Test,  used  for  therapeutic  purposes,  are 
not  capable  of  analyzing  the  person's  motor  function 
m  sufficient  detail. 

The  experiment  was  carried  out  in  a  sheltered 
workshop.  This  is  an  ideal  situation  because: 

the  work  environment  of  the  workshop  is 
adapted  and  accessible  for  handicapped 
people;  and  not  only  for  raotorically 
handicapped  persons; 

•  the  staff  is  well  trained  and  familiar  with 
workers  with  disabilities; 

•  most  of  the  workers  have  disabilities; 

•  it  is  a  real  production  environment  with 
real  tasks  which  are  subjected  to  quality 
and  production  standards; 

•  to  isolate  the  test  results  from  "noise". 

The  experiment  was  an  assembly  task  where 
mounting  clamps  for  central  hcaUng  water  supply 


pipes  were  assembled  by  a  worker  who  was 
functionally  one-handed  and  had  limited  motor 
function.  These  clamps  are  regular  products  ordered 
by  clients  who  have  alternative  suppliers.  This 
assembly  task  could  be  done  by  the  worker, 
however  with  difficulties.  This  allowed  the 
identification  of  a  strategy  for  compensation.  The 
robotic  arm  used  was  a  UMI-RTX. 

It  should  be  taken  into  account  that  manual  work 
can  be  a  form  of  training,  of  physical  therapy.  For 
example  persons  with  atrophy  have  to  keep  their 
muscles  going  to  prevent  loss  of  their  use.  Ii  was  for 
this  reason  that  it  was  decided  to  let  the  robot  give 
only  the  minimal  assistance  during  the  experiment 

Handicapped  people  are  more  vulnerable  than  able- 
bodied  persons  in  the  case  of  calamities.  Using  a 
robot  as  an  assistive  tool  requires  people  to  be 
within  or  very  close  to  the  robots  envelop  of 
movement  Therefore,  this  aspect  is  very  important 
within  the  process  of  decision  for  the  actual  task 
decomposition. 

Results 

Without  going  into  details,  the  most  significant 
results  will  be  presented.  The  experiment  showed 
that  the  MTM  for  task  analysis  and  the  MAST  for 
the  assessment  are  valuable  instruments  to  indicate 
where  and  when  robotic  assistance  is  required.  A 
negative  aspect  is  that  both  methods  require  trained 
analysts. 

For  the  actual  division  of  a  task  into  sub-tasks 
aspects  such  as  safety,  medical  or  therapeutic 
reasons  have  to  be  taken  into  account 

The  first  check  should  be  this  one:  can  the  robot 
perform  its  share  of  the  task.  For  example,  it  can  be 
too  complex  or  there  is  no  physical  space  for  the 
robot  to  move  its  arm,  etc. 

With  the  MTM  method  it  could  be  shown  that  a 
robot  can  be  a  useful  assistive  tool.  An  increase  of 
production  of  more  than  10  percent  was  realized  by 
the  test  person,  although  this  was  not  foreseen  and 
was  not  a  goal  of  this  experiment. 

With  respect  to  the  user  interface,  it  was  found  that 
object  oriented  control,  where  the  user  interacts  with 
the  robot  instead  of  with  the  computer,  was  the  best 
strategy  in  this  environment.  We  also  found  that  the 
input  device  should  fit  in  the  work  environment  and 
that  it  should  also  be  adapted  to  the  workers 
capabilities.  Therefore  a  single  switch  was  used 
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instead  of  a  keyboard. 


If  the  worker  has  sufficient  responsibility  and 
r  ental  skills  for  his  work,  it  is  recommended  to 
have  the  worker  supervise  the  robot.  It  gives  the 
individual  the  feeling  to  be  independent  since  he  is 
in  control.  It  is  also  a  safe  method,  specially  when 
the  robot  automatically  halts  somewhere  during  the 
execution  of  the  task  to  synchronise  and  in  this  way 
to  allow  the  worker  to  check  the  robots  functioning. 

Being  based  on  a  single  experiment,  the  results  can 
only  be  used  as  indicators  for  guidelines  and  much 
more  experiments  are  required.  Those  experiments 
should  also  include  logistics,  since  it  was  found  that 
problems  with  the  execution  of  a  task  'end  to  turn 
into  logistic  problems  requiring  solutions  that  may 
be  more  complex  and  more  expensive  than  the 
solution  of  the  original  problem. 
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MEASURING  SUCCESS  IN  THIRD  WORLD  WHEELCHAIR  BUILDING 


Ralf  D.  Hotchkiss  &  Peter  Pfaelzer 
Wheeled  Mobility  Center,  San  Francisco  State  University 


ABSTRACT 

The  wheelchair  industry  in  developing  nations  is 
growing  rapidly.  As  the  growth  of  new  projects  gains 
momentum,  the  need  to  analyze  the  success  of  the  most 
effective  manufacturers  becomes  clear.  This  analysis 
must  be  shared  with  wheelchair  enterprises  across  the 
globe,  and  with  others,  like  ourselves,  who  are  involved 
in  technology  transfer  activities.  In  this  paper  we 
suggest  some  characteristics  common  to  successful  shops. 
We  also  present  a  comprehensive  model  for  technology 
transfer  for  wheelchair  building  in  developing  nations. 

THE  PROBLEM 

For  at  least  20  million  people  in  developing  countries,  the 
disability  rights  movement  is  but  a  dim  fantasy.  Many 
would  struggle  for  education,  jobs)  and  self 
determination,  except  for  one  critical  obstacle:  they  have 
no  way  to  move  from  place  to  place.  It  is  clear  that 
human  beings  who  can't  use  their  legs  need  a  set  of 
wheels.  However,  most  of  the  world's  people  who  need 
a  wheelchair,  currently  have  little  likelihood  of  getting 
one  in  their  lifetime. 

inSTOKY  or  THE  TROJECT 

A  program  of  wheelchair  building  in  developing  nations 
has  been  going  on  for  the  past  twelve  years.  We  have 
worked  with  wheelchair  builders  in  a  variety  of  countries 
to  develop  an  indigenously  manufactured,  lightweight, 
semi-sports  model  chair-the  Torbellino  (Spanish  for 
"whirlwind").  In  the  last  twelve  years,  twenty-five  small- 
scale  manufacturing  shops  have  been  established  in  20 
different  countries.'  Over  150  mechanics  have  been 
trained.  This  pilot  project  has  produced  several 
thousand  wheelchairs,  and  has  demonstrated  the  viability 
of  small  shop  production  in  developing  nations. 

TECHNICAL  TRANSFER  MODEL 

Our  technology  transfer  model  -  small  scale  enterprises 
in  which  wheelchair  riders  produce  chairs  using  local 
materials  -  is  based  on  several  considerations.  First,  in 
most  countries,  local  production  can  provide  wheelchairs 
at  significantly  lower  costs  than  importing  chairs. 


Second,  when  locally  made  chairs  break,  they  can  be 
quickly  repaired  without  the  need  for  importing 
expensive  spare  parts.  Third,  the  general  metal-working 
and  manufacturing  skills  associated  with  wheelchair 
manufacturing  provide  an  excellent  vocational 
opportunity  for  wheelchair  riders.  Finally,  and  perhaps 
most  importantly,  riders  have  a  strong  motivation  to 
continually  improve  the  design  and  quality  of  the 
wheelchairs  they  produce.  Better  chairs  enhance  their 
independence.  A  continuous  stream  of  improved 
wheelchair  designs  has  been  the  result  of  this  approach. 

MEASURING  SUCCESS 

The  wheelchair  industry  in  developing  nations  is 
growing  rapidly.  Over  the  past  twelve  years,  working 
with  wheelchair  builders  in  developing  nations,  we  have 
observed  some  project-  'cceed  while  others  fail.  As  the 
grovrth  of  new  proje  .  gains  momentum,  the  need  to 
analyze  the  success  of  the  most  effective  manufacturers 
becomes  clear.  Numerous  potential  wheelchair  builders 
have  asked  what  makes  some  factories  thrive  while 
others  do  poorly.  People  with  disabilities  have  asked  for 
help  to  raise  the  quality  of  work  of  their  local 
manufacturers,  some  of  whom  are  making  shoddy  or 
overpriced  wheelcliairs.  ;Ve  define  success  as  the  cbiiit)- 
to  produce  large  volumes  of  high  quality  chairs  that  are 
low  in  price,  durable  in  the  field,  and  that  promote 
independence  among  wheelchair  riders.  The  following 
characteristics  are  common  to  successful  shops: 

Quality  chairs 

Quality  chairs  are  well  designed.  Put  quite  simply,  they 
work.  Their  design  fits  both  the  population  and  the 
environment  for  which  they  were  intended.  Quality 
chairs  are  dependable.  Good  design,  fabrication  and 
quality  control  enables  quality  chairs  to  be  utilized  in  the 
rough  urban  and  rural  conditions  encountered  in 
developing  nations.  The  mean-time-to-  failure  for 
wheelchairs  in  developing  nations  is  no  less  than  that  of 
chairs  used  in  the  industrialized  countries.  All 
wheelchairs  break  down.  Quality  chairs  are  repairable. 
This  generally  means  that  parts  are  designed  to  be 
repaired  by  local  craftspeople,  rather  than  replaced. 
Spare  parts  are  usually  unavailable,  and/or  costly  in 
developing  nations. 
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The  Torbellino  II:  Preparing  for  the  Zlst  Cenhuy 


Narrow  elevator  doors  in  Siberia,  Centralized 
manufacture  in  India  with  a  "one  size  fits  all"  mentality, 
the  need  for  better  sports  chairs  in  Nicaragua,  the 
extreme  cost  of  bearings  in  Peru,  the  need  for  childrens' 
chairs  in  Sri  Lanka  -  all  have  required  the  development 
of  a  new  type  of  multi-purpose  chair.  After  7  years  of 
design  and  testing,  our  network  of  wheelchair  rider- 
builders  is  ready  to  begin  the  disemmination  of  the 
Torbellino  II.  Its  new  features  include: 

o  Self-Narrowing  -  adapted  from  the  Altimate  patent  - 
so  the  rider  can  squeeze  through  narrow  doors 

o  Adjustible  Width  -  the  rider  has  the  choice  of  5  seat 
widths  in  a  single  chair 


Affordable  chairs 

A  successful  wheelchair  shop  not  only  produces  quality 
chairs,  but  also  sells  them.  Cost  control  is  the  key  to 
keeping  the  price  low.  Materials  utilized  in  production 
are  locally  available  and  relatively  inexpensive.  Batch 
processing  of  parts  is  used  to  keep  labor  costs  to  a 
minimum.  Overhead  or  fixed  costs  are  controlled  and 
included  in  the  purchase  price  of  the  chair.  Even  with 
attention  to  all  these  details,  the  purchase  price  of  a 
wheelchair  may  be  excessive  for  a  person  with  a 
disability.  In  some  cases,  the  manufacturers  have 
cooperated  with  other  organizations  or  banks  to  develop 
innovative  financing  schemes.  Revolving  loan  funds  to 
consumers  have  been  utilized  successfully  in  Columbia 
to  enable  poorer  persons  with  disabilities  to  purchase  a 
chair.  To  help  the  maximum  number  of  people  buy 
wheelchairs,  the  group  in  'he  Philippines  uses  donated 
funds  to  give  partial  subsidies.  Successful  wheelchair 
shops  are  as  skilled  in  meeting  the  financial  challenges  of 
wheelchair  production  as  they  are  in  solving  their 
technical  problems. 


Consumer  involvement 

Active  consumer  involvement  in  production  has  been 
vital  to  the  most  successful  wheelchair  enterprises.  Chair 
design  and  durability  must  be  evaluated  by  experienced 
riders  who  understand  the  production  process.  Persons 
with  disabilities  have  a  strong  vested  interest  in 
producing  a  quality  product  and  running  a  successful 
business.  Disability  movements  in  developing  nations 
also  benefit  from  consumer  involvement  in  production. 
As  employee?  persons  with  disabilities  serve  as  role 
models.  They  inspire  their  peers  to  fight  for  the  jobs 
they  deserve.  A  self-help,  or  independent  living  model 
for  persons  with  disabilities  can  replace  the  charity 
model  which  is  prevalent  in  developing  nations. 
Furthermore,  as  a  large  number  of  consumers  become 
mobilized,  and  enter  a  variety  of  occupations,  capital  can 
be  infused  into  the  local  disability  movement. 

Quantity  of  chairs 

To  be  successful,  a  wheelchair  shop  must  operate 
efficiently.  The  production  capability  of  individual  shops 
varies  greatly  depending  on  the  initial  capital  investment 
and  the  production  model  which  is  utilized.  Small  scale, 
low  capital,  labor  intensive  production  is  appropriate  in 
countries  with  low  labor  rates.  Even  if  it  takes  a  week 
for  a  person  to  make  a  chair,  the  labor  cost  is  still  not  a 
large  percent  of  the  chair's  total  cost.  In  areas  with 
larger  markets  to  be  served,  medium  scale  production 
requires  more  sophisticated  planning  and  management 
a,s  well  as  more  investment  in  tools  and  fixtures.  All 
wheelchair  components  must  be  standardized  and 
interchangeable  for  medium  scale  production. 

A  GLOBAL  APPROACH 

In  a  paper  presented  at  the  1990  RESNA  Annual 
Conference  entitled  "Third  World  Wheelchair 
Manufacture:  Will  It  Ever  Meet  the  Need?",  we  estimated 
that  20,000,000  wheelchairs  were  currently  needed  in 
developing  nations.  While  our  12  year  pilot  project  has 
been  successful  by  many  measures,  only  five  to  ten 
thousand  wheelchairs  have  been  produced  by  shops  with 
which  we've  worked.  Qearly,  a  bolder,  more 
comprehensive,  long  term,  global  plan  must  be 
developed. 

Mr.  Henry  Hof,  a  senior  economic  affairs  officer  in  the 
United  Nations'  Department  of  Economic  and  Social 
Development  and  a  wheelchair  rider  himself,  is 
coordinating  a  committee  which  is  designing  a  global 
plan.  Central  to  this  plan  is  a  substantial  increase  in  the 
current  growth  rate  of  wheelchair  production  in 
developing  nations.  The  long  term  goal  of  producing 
and  distributing  tens  of  millions  of  wheelchairs  in 
developing  nations,  if  it  is  successful,  will  take  20  to  30 
years. 

The  goal  for  the  initial  three  year  phase  of  the  project  is 
to  develop  an  infrastructure  in  several  marketing  regions 
in  different  parts  of  the  world.  A  measurable  goal  three 
year  project  is  a  significant  increase  in  the  current 
growth-rate  of  wheelchair  production  in  each  region. 
The  plan  specifies  the  initiation  of  small  scale  enterprises 
which  will  employ  men  and  women,  including  those 
with  disabilities,  in  meaningful  and  productive  positions 
of  responsibility. 


o  Adjustable  Axle  Position  -  vrith  choice  of  8  positions 

o  Sealed  Needle  Bearings  -  made  of  nails/coat  hangers 

o  Radical  Footrest  Adjustment  -  8"  (20  cm)  vert,  motion 

o  The  Zimbabwe  Wheel  -  The  ride  and  flotation  of  a 
wide  front  pneumatic  vrith  no  flats,  at  very  low  cost 

o  Camber  adjustment  -  scperate  wheel  and  sideframe 
camber  adjustments,  for  custom  backrest  fitting 
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The  global  plan  envisions  a  network  of  regional  resource 
and  training  centers  throughout  the  world.  These  centers 
will  be  responsible  for  providing  assistance  to  both  new 
and  existing  wheelchair  manufacturers  in  their  regions. 
A  Program  Support  Group  (PSG)  will  be  available  to 
assist  the  regional  resource  and  training  centers  as  well 
as  local  producers. 

THE  PROGRAM  SUPPORT  GROUP 

The  Program  Support  Group  will  assist  with: 

*  Statistical  information  on  the  need  for  wheelchairs 
in  specific  countries. 

*  Capitalization  of  small  shops  and  larger  factories. 

*  Training  of  wheelchair  builders. 

*  Creating  financing  plans  for  consumers. 

*  Training  of  rehabilitation  professionals. 

*  The  promotion  of  mobility  and  independence  for 
persons  with  disabilities  in  developing  countries. 

*  On  going  evaluation  and  refinement  of  the  regional 
and  local  projects. 

The  Program  Support  Group  will  provide  governments 
and  organizations  in  developing  nations  with  a  single 
comprehensive  {xickage  to  carry  out  both  economic  and 
sodal  development.  The  United  Nations'  Department  of 
Economic  and  Social  Development,  working  with  UNDP, 
ILO,  and  UNIDO,  will  be  responsible  for  directing  the 
activities  of  the  PSG.  The  PSG  will  assist  local  executing 
and  cooperating  agencies  during  the  infrastructure 
development  period.  The  PSG  will  also  be  responsible 
for  global  coordination  of  the  project.  After  fin?l 
approval  by  the  boards  of  the  respective  organizations, 
the  roles  they  will  assume  within  the  PSG  include: 

*  For  Technical  Assistance  and  Training:  The 
Wheeled  Mobility  Center,  San  Francisco  State 
University,  San  Francisco,  California 

*  For  Business  As-sistance:  Appropriate 
Technology  International  (ATI),  Washington, 
D.C. 

*  For  Consumer  Financial  Assistance:  Appropriate 
Technology  International  (ATI),  Washington, 
D.C. 

*  For  Advocacy  Assistance:  Rehabilitation 
International,  New  York,  New  York;  and 
Disabled  People  International,  Winnipeg, 
Manitoba 

*  For  Statistics  and  Evaluation:  United  Nations 
S»atistical  Office,  DESD,  New  York 


MODEL  FOR  PROJECT  IMPLEMENTATION 

Implementation  of  the  project  reflects  the  United  Nations' 
new  emphasis  on  local  execution.  Government 
ministries,  in  association  with  interested  local  non- 
governmental organizations,  will  be  the  executing  and 
cooperating  agencies  in  each  country.  The  participation 
of  local  organizations  of  persons  witti  disabilities  will  be 
required.  In  each  country,  local  natiorals  will  have 
ultimate  responsibility  for  the  project.  Collaborating 
local  agencies  will  work  with  the  previously  described 
Program  Support  Group  to  realize  the  project  goals  in 
their  particular  countries.  The  project  will  seek  local  and 
international  funds  to  support  activities  in  each  country. 


Full  approval  and  funding  for  the  overall  plan  is  targeted 
for  mid-1992.  If  you  would  like  to  explore  the  possibility 
of  securing  support  for  wheelchair  building  in  your 
country,  contact: 

Mr.  Henry  Hof 

Department  of  Economic  and  Sodal  Development 

United  Nations 

New  York,  NY  10017,  USA 

Phone:  (212)  963-7168 

or 

Ralf  Hotchkiss  &  Peter  Pfaelzer 

Division  of  Engineering 

San  Francisco  State  University 

1600  HoUoway  Avenue 

San  Francisco,  CA  94132,  USA 

Phone:  (415)  338-2878 
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Dynamic  Stnictural  Response  of  a  Cross-Tube  Wheelchair  Frame 


J.D.  Baldwin,  L.S.  Dee  and  J.G.  Thacker 
University  of  Virginia  Rehabilitation  Engineerirg  Center 
Charlottesville,  VA  22903 


Introduction 

Testing  is  currently  underway  to  determine  the  nature  of  the 
structural  deformations  experienced  by  a  loaded  wheelchair.  In 
this  case,  the  deformations  are  the  strains  experienced  by  a  cross 
tube  in  a  folding  design  wheelchair.  Experimental  determination 
of  these  deformations  is  the  first  step  toward  a  metal  fiitigue 
analysis  of  the  stnuture.  The  various  theories  of  metal  fatigue 
require  that  the  analyst  know  either  the  strain  or  stress  history 
of  the  structural  element  under  load  (stresses  can  be  derived 
from  strain  data). 

Previous  efforts  [1]  have  focused  on  the  computational  aspects 
of  the  wheelchair  fiitigue/reliability  problem,  but  they  have  used 
assumed  stress/strain  histories  instead  of  actual  data.  This 
investigation  is  being  undertaken  to  provide  the  necessary 
structural  response  data  to  perform  the  wheelchair 
fatigue/reliability  calculations. 

Background 

Active  wheelchair  users  operate  their  wheelchairs  over  many 
different  terrains  in  the  course  of  their  day.  The  roughness  of 
the  terrain  and  a  particular  wheelchair  structure's  response  to 
that  terrain  are  the  controlling  factors  in  several  aspects  of 
wheelchair  performance  including  ride  comfort  and  the  long- 
term  survivability  of  the  structure.  Long-term  survivability,  or 
reliability,  of  the  wheelchair  frame  is  basically  an  issue  of  the 
frame's  susceptibility  to  metal  fatigue  and  the  accumulation  of 
fatigue  damage  over  the  lifetime  of  the  wheelchair. 

The  probability  of  fatigue  failure  of  a  tubular  wheelchair  frame 
has  been  addressed  [I],  but  purely  from  the  perspective  of 
assumed  structural  loading.  That  is,  the  analyst  was  presumed 
to  have  structural  load  and  response  data  for  the  wheelchair 
frame  under  consideration.  At  the  time  no  real  data  for  the 
response  of  a  wheelchair  structure  under  load  was  available. 

Testing  Procedures 

The  current  research  undertakes  to  test  wheelchairs  under 
various  dynamic  loadings  and  measure  the  pertinent  structural 
response  parameters  with  the  intention  of  eventually 
incorporating  the  fmdings  into  a  wheelchair  structural  reliability 
model.  In  particular,  two  wheelchairs,  one  manual  and  one 
powered,  have  been  instrumented  with  electrical  resistance  strain 
gages.  Both  wheelchairs  are  of  the  folding  type  with  two  cross 
tubes  pinned  together  at  the  center.  The  strain  gages  are 
connected  to  a  computerized  data  acquisition  system  which 
allows  high  speed  data  acquisition  and  data  storage. 

To  date,  only  the  manual  wheelchair  has  undergone  any  testing. 
That  wheelchair  has  been  tested  on  a  treadmill  with  two 
different  "bumps"  attached.  Wooden  dowels  across  the 
treadmill  belt  served  as  bumps. 

The  wheelchairs  were   instrumented   with   three  element 


rectangular  strain  gage  rosettes,  shown  in  Figure  1 .  Each  of  the 
three  arms  of  the  rosette  is  an  active  strain  gage.  By  using 
rosettes  such  as  these,  we  can  calculate  the  principal  strains  and 
their  directions  very  easily  [2].  These  strain  gages  respond  to 
the  deformation  of  the  metal  they  are  bonded  to  by  a  change  in 
their  resistance;  the  change  in  resistance  is  measured  as  a 
voltage,  E,  output  by  an  electrical  circuit  known  as  the 
Wheatstone  bridge.  Figure  2;  the  voltage  V  is  the  bridge  supply 
voltage.  The  voltage  output  by  the  Wheatstone  bridge  may  be 
transformed  mathematically  to  give  the  measured  strain.  The 
three  elements  of  the  rosette  have  been  designated  Gage  1,  Gage 
2  and  Gage  3,  proceeding  counterclockwise  from  the  lower  left. 
Each  gage  has  its  own  Wheatstone  bridge  circuit. 

Two  strain  gages  were  attached  to  a  cross  tube,  one  on  the  side 
of  the  tube  directly  adjacent  to  the  center  pin,  the  other  on  the 
bottom  of  the  tube  lying  along  the  pin.  The  locations  of  the 
strain  gages  are  shown  in  Figure  3.  The  cross  tube  was  chosen 
for  this  initial  investigation  becatise  several  finite  element 
analyses  of  this  type  of  structure  have  shown  the  largest  stresses 
to  occur  in  this  area.  The  strain  gage  installation  is  the  same  on 
Both  the  manual  and  power  wheelchairs  under  test.  As  shown 
in  the  figure,  the  strain  gage  rosettes  have  been  designated  XGl 
and  XG2. 

The  strain  gages  are  connected  to  a  bank  of  strain  gage 
conditioners/signal  amplifiers.  Each  signal  conditioner  provides 
the  excitation  voltage  V  to  the  Wheatstone  bridge  and  controls 
the  amplification  of  the  very  snull  voltages  output  from  the 
bridge. 

The  amplified  voltages  pass  through  a  low-pass  filter  with  a 
signal  cutoff  at  30  Hz.  The  low  pass  filter  acts  as  a  frequency 
limiter,  eliminating  elements  of  the  dynamic  strain  signal  that 
have  frequencies  larger  than  the  cutoff.  This  effectively 
eliminates  the  electrical  noise  induced  by  the  fluorescent  room 
lighting,  nearby  power  equipment,  and  miscellaneous 
atmospheric  electrical  disturbances.  When  filtering  a  signal,  one 
must  consider  hsw  much  data  is  being  thrown  away  by  the 
filtering  process.  In  this  ccse,  unfiltered  dynamic  strain  signals 
were  examined  in  the  frequency  domain  and  it  was  found  that 
no  significant  frequency  content  existed  above  about  IS  Hz. 
(except  a  large  signal  at  60  Hz.  attributable  to  lighting),  thus  no 
real  data  loss  occurs  due  to  filtering.  It  is  conceivable,  though, 
that  an  experimental  testing  program  may  excite  strains  in  the 
wheelchair  frame  that  have  higher  frequency  content,  in  which 
case  a  different  filtering  strategy  must  be  used. 

The  filtered  strain  signals  are  sampled  by  a  MetraByte  DAS  16 
analogue-to-digital  (A/D)  data  acquisition  board  mounted  in  a 
personal  computer.  The  A/D  board  is  progranuned  to  sample 
the  analogue  strain  signals  (voltages)  at  predetermined  intervals 
and  convert  them  to  digital  values  suitable  for  computer  storage 
and  manipulation. 

A  critical  issue  in  sampling  dynamic  signals  is  that  of  selecting 
on  appropriate  sampling  rate.    If  the  sampling  rate  is  chosen 
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such  that  a  significant  amount  of  signal  frequency  content  occurs 
above  the  sampling  rate,  a  phenomenon  known  as  aliasing 
occurs  whereby  the  energy  of  the  higher  frequency  signals  is 
recorded  at  lower  frequencies.  The  aliased  signals  are  not  a 
accurate  representation  of  the  true  sigtuU.  This  problem  is 
avoided  by  applying  the  Nyquist  sampling  theorem  [3]  which 
states  that  to  avoid  aliasing,  the  sampling  rate  can  be  no  smaller 
than  twice  the  largest  signal  frequency. 

The  low  pass  filters  provide  strain  signals  with  a  known  high 
frequency  content,  therefore  the  sampling  can  occur  at  a 
multiple  of  this  upper  frequency.  The  filters  have  finite 
frequency  roll  off  at  the  upper  end  and  provide  full  attenuation 
at  about  SO  Hz.  The  Nyquist  theorem  requires  in  this  case  that 
sampling  occur  no  slower  than  100  Hz.  To  obtain  an  accurate 
representation  of  the  signal  we  oversample  this  rate  and  to 
accommodate  other  signal  processing  requirements  we  collect  a 
number  of  samples  that  is  an  integer  power  of  2.  The  sampling 
rate  is  set  at  S12  samples/second  for  each  channel. 

Test  Results 

A  series  of  tests  was  carried  out  on  the  manual  wheelchair 
rolling  on  >  treadmill  with  a  177  pound  live  rider.  The  strain 
gage  rosettes  were  oriented  as  in  Figure  3.  The  test  was 
performed  under  three  terrain  conditions:  no  bump,  0.37S  inch 
diameter  bump  and  0.62S  inch  diameter  bump.  The  treadmill 
speed  was  nominally  1.0  meters/second.  Each  data  stream 
consisted  of  four  seconds  of  sampling  (2048  data  points)  from 
a  single  strain  gage  rosette.  Twenty  no-bump  data  sets,  thirty 
0.37S  inch  bump  data  sets  and  thirty  0.62S  inch  bump  data  sets 
were  recorded  for  each  strain  gage  rosette  (XG I  and  XG2)  for 
a  total  of  160  data  sets. 

The  data  processing  stage  of  the  investigation  required  that  the 
recorded  digital  values  be  converted  to  voltages  and  then  to 
strains.  The  strains  were  corrected  for  the  transverse  sensitivity 
of  the  strain  gages  [4]  and  then  the  mean  and  standard  deviation 
of  each  strain  gtge  was  calculated.  Earlier  investigations  [IJ 
incorporated  the  assumption  that  the  strucmral  response  could  be 
adequately  described  by  a  stationary,  narrow  band  Gaussian 
(Normal)  random  process.  Several  statistical  tests  [3]  were 
performed  on  each  data  set  to  determine  the  agreement  of  the 
measured  strains  with  these  assumptions.  The  Chi-Square 
goodness  of  fit  test  provided  an  estimate  of  the  agreement 
between  the  measured  data  and  a  Normal  distribution.  The 
Reverse  Arrangements  test  for  data  independence  addresses  the 
stationarity  of  the  data  stream;  in  this  case  we  investigated  the 
statiotwry  nature  of  the  data's  mean  square  value.  Finally,  the 
regularity  factor  [S|  of  the  data  stream  was  calculated  to 
determine  whether  the  data  represented  narrow  band  response. 
For  experimental  data  the  regularity  factor  is  defined  as  the 
number  of  times  a  data  stream  has  an  upcrossing  of  its  mean 
value  divided  by  the  number  of  peaks  above  the  mean  value. 
The  regularity  factor  can  have  values  in  the  interval  0  <  a  1 ; 
ot  =  0  indicates  wide  band  response  and  ot  =  1  indicates  narrow 
band  response. 

A  representative  data  set  will  be  examined  in  detail.  The  data 
set  designated  TRD55  is  from  a  four  second  test  on  the  manual 
wheelchair,  recording  strain  gage  rosette  XGI.  The  treadmill 
bump  was  0.375  inches  in  diameter  and  the  treadmill  speed  was 
1  meters/second.    The  strain  versus  time  plot  of  this  test  is 


shown  in  Figure  4.  Note  that  the  time  is  in  digital  format  with 
5 12  corresponding  to  1  second,  1024  corresponding  to  2  seconds 
and  so  on. 

Notice  that  the  strains  recorded  by  gage  1  is  nearly  always  in 
compression  while  gage  3  is  usually  in  tension.  Gage  2 
undergoes  both  tension  and  compression  in  a  cyclic  fashion.  It 
is  also  interesting  to  note  that  the  gage  2  signal  has  much  wider 
variations  over  time  than  either  gage  1  or  gage  3.  This  is  the 
result  of  the  orienution  of  the  gage  2  element  of  the  rosette 
along  the  tube  axis,  as  shown  in  Figure  3,  tending  to  measure 
the  overall  axial  tension  and  compression  of  the  tube  as  well  as 
any  bending  action.  The  orientations  of  gages  1  and  3  are  such 
that  they  tend  to  measure  the  torsion  of  the  tube,  which  the  data 
shows  to  be  a  relatively  constant  state.  A  very  noticeable 
feamre  of  this  data  set  is  the  rapid  variations  shown  by  all  three 
gages  in  the  time  interval  768-1024  (0.75-1.0  seconds).  This  is 
the  point  where  the  wheelchair  responded  most  vigorously  to  the 
bump  on  the  treadmill.  It  is  not  clear  at  this  point  whether  these 
extreme  responses  are  due  to  the  bump  impacting  the  front  or 
rear  wheels  of  the  wheelchair. 

The  calculated  Chi-Square  measures  [31  for  the  three  strain  data 
streams  are  669.4  for  gage  1,  341.7  for  gage  2  and  2337.3  for 
gage  3.  In  order  for  the  data  to  be  presumed  to  be  from  a 
Normal  distribution  at  95  %  confidence,  the  Chi-Square  value 
would  be  less  than  24.7.  Clearly,  the  Normal  distribution 
assumption  does  not  hold  for  these  data.  In  fact,  of  the  160  data 
sets  examined  so  far,  none  have  passed  the  Chi-Square  test. 
The  assumption  of  a  Normal  random  process  is  not  justified. 

The  reverse  arrangements  test  [3]  of  the  three  data  streams 
yielded  95  reverse  arrangements  on  gage  1,  1 10  on  gage  2  and 
(58  on  gage  3.  The  95%  confidence  interval  for  the  reverse 
arrangements  test  is  from  65  to  125  reversals;  this  data  set 
exhibits  stationary  behavior.  Most,  but  not  all,  data  streams 
examined  so  far  have  passed  the  stationarity  test. 

Finally  the  three  strain  dau  regularity  factors  were  found  to  be 
0.096  for  gage  1,  0.066  for  gage  2  and  0.148  for  gage  3. 
Therefore,  like  the  assumption  of  Normality,  the  narrow  band 
assumption  does  not  hold  for  this  data  set.  These  numbers  are 
typical  of  the  other  data  sets. 

Conclusions 

The  test  program  described  here  has  been  useful  in 
demonstrating  the  random  nature  of  the  dynamic  strains  in  a 
wheelchair  cross  mbe.  Testing  will  be  expanded  to  explore  the 
response  of  the  power  wheelchair  and  the  effect  of  different  test 
terrains. 
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Figure  2:  Wheatstone  Bridge 
Circuit 


Figure  1:  Rectangular  Strain  Gage 
Rcsette 


Figure  3;  Location  of  Strain  Gages 
on  Cross  Tubes 
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Figure  4:  Strain  vs.  Time  History  for  a  Treadmill  Test 
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Abstract 

The  formulation  of  lest  standards  for  wheelchairs  through 
the  ISO  is  at  its  final  stage.  Our  centre  is  among  the  first 
ones  in  Asia  to  use  these  standards  in  [  crforming  wheelchair 
testing.  This  paper  discuss  the  Centre's  experience  in 
conducting  such  tests,  including  the  difficulties  encountered 
and  the  possible  interpretation  of  the  results  from  the  end 
user's  perspectives. 

Introduetion 

Wheelchair  selection  is  not  a  easy  task  without  a  detailed 
knowledge  of  what  is  available  on  the  market.  Without 
seeing  the  actual  product,  one  would  be  highly  dependent 
upon  the  information  disclosed  by  ihc  manufacturers 
catalogues  or  specification  sheets.  Such  information  is 
limited  to  dimensional  specificalions  and  confusions  often 
arise  due  to  the  use  of  non-slaiidard  measuring  and 
reporting  techniques. 

In  view  of  these  facts,  an  international  standard  has  hecn 
developed  which  specifies  standard  testing  and  mcasuremeiil 
procedures  to  disclose  wheelchair  performance  and 
comparable  dimensional  infornialion.  Although,  wheelchair 
manufacturers  in  Hong  Kong  and  nearby  countries  are 
expected  to  adopt  this  new  standard  in  the  future,  this  would 
proporly  follow  any  similar  actions  taken  by  Iradiliimal 
industrialised  countries.  This  will  disadvantage  Ihc  Uieal 
consumers  because  product  compari.sons  will  be  difficull. 

In  order  to  facilitate  the  process  of  infornialion  disclosure, 
a  collaborative  project  is  conducted  by  our  centre  and  the 
local  Consumer  Council,  aiming  to  define  and  disclose 
relevant  comparable  data  on  a  representative  sample  ol 
manual  wheelchairs  available  in  Hong  Kong. 

Method 

Adopting  from  the  International  Standards  Organization 
(ISO)  part  7176  on  wheelchair  testing,  all  tests  relevant  to 
the  evaluation  of  manual  wheelchair  were  included  in  the 
test  protocol.  These  included; 

ISO  7176/1  -     Static  stability  |Published| 

ISO  7176/3  -      Efficiency  of  brakes  (evaluation  of  pjrkinu 

brakes  only)  | Published] 
ISO  7176/5  -      Dimension,    ma.'is    and    turning  space 

IPublishedl 

ISO  7176/7  -      Determination  of  sealing  dimensions  (Prior 
to  approval) 

ISO  7176/8  -     Static,  impact  and  fatigue  strength  tests 
(Prior  to  approval) 

Wheelchair  test  samples  were  selected  according  to  their 
reprcientiveness  in  the  local  market.  The  six  types  of 
wheelchairs  selected  for  testing  are  manufactured  either  in 


China,  Taiwan,  Japan  or  USA.  These  chairs  were  widely 
used  in  government  hospitals,  rehabilitation  centres  and  by 
individuals.  The  price  range  of  these  chairs  is  from  HKS  900 
to  4,000  (US$  120  to  500).  Due  to  financial  constraints,  only 
3  samples  of  each  wheelchair  model  were  tested.  Further, 
to  ensure  the  representiveness  of  these  samples,  the  purchase 
of  these  chairs  was  arranged  through  a  medical  rehabilitation 
centre,  so  that  the  suppliers  were  not  aware  of  our  intention 
to  test. 

Discussion 

Equipment  construction 

ISO  specified  tests  on  wheelchair  evaluation  involved  in  the 
use  of  various  dedicated  apparatus.  These  include:the  test 
dummy,  the  reference  loader  gauge,  the  ISO  2-drum  tester, 
the  inchnation  test  plane  and  other  apparatus  for 
static/imp^  '  strength  tests.  Equipment  construction 
information  were  well  documented  for  the  published  parts  of 
the  standard,  whereas  for  those  parts  that  are  still  prior  to 
final  approval,  the  following  dil'fiiulties  were  experienced 
during  the  construction  ol  test  apparatus. 

In  part  7  of  the  standard,  the  width  of  the  two  slots  (as 
viewed  from  the  top  view)  located  in  ihe  fore  position  of  the 
Reference  Loader  Gauge  was  not  indicated.  Besides,  the 
position  for  putting  construction  weights  on  the  seat  unit  was 
not  mentioned,  but  it  can  be  estimated  from  the  pre-defined 
position  of  the  centre  of  gravity  of  the  Loader  Ciauge  unit. 

In  part  8.  although  it  appears  that  there  was  a  lot  of 
information  for  ei|«ipinent  conslruilions.  the  following 
queries  were  eneountereil:  (a)  In  slalii  strength  tests,  a  force 
applicator  was  required  for  loading  dilTereni  wheelchair 
components  at  different  locations.  However,  there  is  limited 
information  on  the  design  of  such  apparatus,  especially  on 
how  to  set  U|)  the  equipment  for  various  loading  application, 
(b)  In  impact  strength  test,  construction  of  the  standard  load 
mass  requires  the  filling  of  lead  shots  to  a  si/.e  5  soccer  ball. 
Instead  of  filling  lead  shots  through  the  valve,  our  experience 
found  that  it  may  be  more  efficient  to  open  up  the  ball  to 
put  the  lead  shots  (or  steel  balls)  in;  since  the  ball  would  be 
completely  filled  when  the  desired  mass  was  met.  Further, 
we  found  that  even  si/e  ."5  soccer  ball  has  some  variations  in 
actual  dimension  depending  on  the  ni.inufacturer.  (e)  Again, 
limited  information  is  provided  for  the  deseriplicm  of  the 
ISO  2-drum  tester'.  This  equipment  is  a  substantial  one. 
Therefore,  if  possible,  technical  details  should  be  included. 
Our  tester  is  primarily  based  on  the  University  of  Virginia 
model  (1], 

Test  procedures 

Although  the  wheelchaii  standard  was  divided  into  different 
parts  with  specific  test  objectives,  lhc\  should  be  alw.iys 
viewed  as  a  loniplete  set  to  avoid  iedund,int  lest  procedures. 
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In  part  3,  parking  brake  test,  the  evaluation  procedure  was 
basically  the  same  as  indicated  in  the  first  part  of  the  static 
stability  test.  Some  remark  should  be  included  in  the 
standard  so  as  to  avoid  test  redundance,  tn  part  7,  the 
criteria  for  using  the  test  dummy  to  replace  the  reference 
loader  gauge  (RLG)  is  not  clearly  defined.  This  would 
introduce  incomparability  between  results.  Our  suggestion 
is  that  the  RLG  should  be  the  only  test  mass  for  this  part  of 
the  test.  Furthermore,  there  was  no  specification  on  how  the 
RLG  weight  distribution  should  alter  with  respect  to  the 
testing  of  children  size  wheelchair.  In  part  8,  these  tests  arc 
destructive,  and  all  strength  tests  has  to  be  performed  before 
the  fatigue  test.  This  may  cause  damage  not  readily 
observable  with  naked  eyes  to  the  chair  which  would  not  be 
documented.  Further,  in  order  to  best  represent  the 
anthropometric  data  of  local  adult,  we  used  a  test  dummy 
which  weights  63  kg;  with  proportional  component  mass  as 
set  in  part  U. 

Data  interpretation 

The  ability  to  do  a  whcclic  is  essential  in  mancu\cring  a 
wheelchair  for  daily  activities,  such  as  curb  climbing.  The 
case  with  which  the  wheelchair  can  be  controlled  (balanced) 
is  related  to  the  static  stability  of  the  chair.  ISO  7176/1 
reviewed  the  tipping  angle  (centrc-of-gravity  angle)  of  the 
wheelchair,  which  provide  the  user  an  idea  of  how  easy  a 
whcelie  can  be  performed  (2,3). 

Wheelchair  access  guideline  usually  recommended  a  1:12 
slope  ramp  surface  for  safety  operation  of  manual 
wheelchair.  However,  in  daily  activities,  steeper  slope  will 
often  be  encountered.  Therefore,  understanding  of  the 
wheelchair's  static  stability  and  its  parking  brake  reliability 
can  minimize  any  hazardous  slope  climb. 

Dimensional  information  is  essential  in  the  selection  of  a 
suitable  chair.  ISO  7176/5  reported  these  informatian 
according  to  the  definitions  as  specified  in  ISO  644().  The 
dimensional  data  reported  were  under  an  unloaded  situation. 
Because  of  the  sling  scat  and  (Icxiblc  backrest  design  in 
traditional  wheelchairs,  some  dimensional  data  will  alter 
under  a  loaded  situation.  Part  7  of  the  standard  was 
incorporated  for  such  purpose.  A  full  understanding  of  these 
information  will  enhance  the  accuracy  in  selecting  a  suitable 
chair. 

One  primary  concern  from  the  user's  perspcttive  is  the 
durability  of  the  wheelchair.  Although  part  8  of  the 
standards  is  designed  to  evaluate  such  parameters,  when 
reporting  test  results,  it  must  be  presented  within  the 
comprehension  of  an  user.  For  example,  the  result  of  the 
double  drum  fatigue  test  should  report  the  number  iif  years 
of  life  expectance  of  the  chair  rather  than  the  number  of 
cycles  to  fatigue. 

The  efficiency  and  effectiveness  of  the  propulsion  of 
wheelchair  is  another  conecin  by  the  wheelchair  u.scrs.  The 
tests  within  the  standard  has  already  extracted  ergonomic 
parameters,  however,  the  prescribcr/consumer  has  to 
interpret  these  information  to  achieve  optimal  pcrfornuintc 
based  his  understanding.  Examples  include:  (a)  the  weight 
(part  5)  of  the  chair  and  the  t(«;  in/out  angle  (part  S) 
reviews  the  rolling  resistance  of  the  i  hair,  (b)  the  llexibility 


of  the  scat  height  adjustment  (part  5  &  7)  will  inducnee  the 
economy  of  propulsion,  (c)  the  weight  distribution  together 
with  the  seat  position  (part  5)  affects  the  downhill  turning 
tendency,  the  Yaw  Axis  Control  ...  etc.  and  ultimately  the 
propulsion  efficiency  [4,5). 

Conclusion 

Upon  the  finalization  of  all  the  ISO  standards  for  wheelchair 
testing,  wheelchair  users  will  be  able  to  compare  both 
dimensional,  durability,  and  performance  information  as 
disclosed  by  manufacturers  according  to  the  standard.  As 
discussed  earlier,  a  meaningful  interpretation  of  these  test 
results  would  be  an  important  aspect  to  consider  from  the 
user's  perspective,  because  this  will  lead  to  an  effective  and 
efficient  performance.  The  knowledge  obtained  from  our 
work  in  testing  wheelchairs  will  not  only  beneficial  to  the 
consumer,  but  can  also  aware  local  rehabilitation 
professionals  about  this  advancement  in  the  subject. 
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ABSTRACT 

Wheelchair  standards  have  been  in 
development  for  several  years.  A  set  of 
tests  has  been  approved  by  the  American 
National  Standards  Institute  (ANSI)  and  by 
the  International  Standards  Organization 
(ISO).  Normative  values  remain  to  be 
developed  for  the  approved  wheelchair 
tests,  and  the  tests  themselves  need  to  be 
refined.  Test  dummies  are  intended  for 
lests  in  which  the  wheelchair  is  required  to 
be  loaded.  With  the  large  variety  of 
wheelchairs  to  be  tested  there  is  need  for 
some  modifications  to  the  dummies.  The 
choice  of  materials  and  design  can  make  a 
wheelchair  test  dummy  more  useful. 

Bacl<ground 

There  are  numerous  persons  in  the  United 
States  who  rely  on  wheelchairs  for  their 
mobility,  and  for  their  well  being.  Wheelchairs 
are  required  for  recreation,  vocation  and 
neariy  every  other  regular  activity  for  persons 
with  mobility  impairments.  Nearly  1.2  million 
Americans  use  wheelchairs  as  their  primary 
source  of  mobility  (Pope  A.M.,  Tarlov  A.R., 
1991.).  This  translates  into  a  substantial 
number  of  people  depending  on  research  in 
wheeled  mobility  for  their  quality  of  life. 

Standards  are  required  to  establish  minimum 
performance  and  durability  criteria  for 
wheelchairs.  Standards  benefit  consumers, 
manufacturers  and  third  party  providers.  The 
ANSI  Technical  Advisory  Group  (TAG), 
organized  by  RESNA  is  made  up  of 
representatives  from  many  different 
disciplines  (McLaurin,  C.A.,  Axelson  P., 
1990.).  This  helps  to  ensure  that  engineering, 
ergonomic,  aesthetic  and  performance  needs 
are  considered.  Standards  help 
manufacturers  in  comparing  their  products  on 
a  quantitative  basis  with  other  manufacturers' 
products,  and  with  establishing  minimum 
design  criteria.  Consumers  benefit  by  being 
able  to  evaluate  wheelchairs  before  they  are 
purchased.  Purchasing  agencies  are  assisted 
in  establishing  reasonable  acceptance 
criteria. 


The  development  of  standards  is  the  first 
major  step  in  a  long  process.  Standards 
consist  of  two  primary  components:  1)  Tests 
and  2)  Normative  Values.  The  tests  have  been 
developed,  though  no  doubt  there  will  be 
some  refinement.  The  normative  values  can 
only  come  by  applying  the  tests.  This  process 
is  presently  underway.  The  development  of 
normative  values  is  most  likely  to  show 
several  things,  not  the  least  of  which  are:  1) 
the  need  to  modify  some  of  the  standards,  2) 
the  need  for  independent  evaluation,  3)  the 
need  for  disclosure. 

This  paper  shall  focus  on  some  improvements 
in  the  design  of  wheelchair  test  dummies  (ISO 
7176/11  or  RESNA  WC/11).  There  are  four 
dummies  used  for  wheelchair  testing  (25,  50, 
75,  100  kg.).  Dummies  can  be  used  for  all 
tests  where  the  wheelchair  is  to  be  loaded. 
The  ISO  standard  is  based  upon  simple  and 
inexpensive  construction  with  mass 
distribution  similar  to  a  human. 

Statement  of  the  Problem 

The  dummies  described  in  the  ISO/RESNA 
standards  are  fragile,  very  difficult  to  handle 
and  do  not  work  with  most  ultra-light 
wheelchairs.  The  objective  of  this  design 
project  was  to  develop  a  test  dummy  which 
meets  ISO/RESNA  standards  (at  least 
intentions)  but  is  more  durable,  safer  to  handle 
and  could  be  used  with  ultra-light  wheelchairs 
with  narrow  footrests  as  well  as  classical 
designs. 

Rationale 

The  ISO/RESNA  dummy  should  be  similar  in 
anthropometry  to  a  human  wheelchair  rider 
and  should  be  much  more  durable  than  any 
wheelchair  being  tested.  The  dummy  should 
not  fail  ,  especially  during  dynamic  testing, 
before  the  wheelchair.  The  plywood 
suggested  for  the  body  in  the  standard  is  too 
weak  to  withstand  more  than  a  few  fatigue 
tests.  The  feet  of  the  dummy  should  be  able  to 
rest  properly  on  the  footrest(s)  of  a  wide 
variety  of  wheelchairs,  including  those  with 
tapered  front  ends.  The  design  suggested  in 
the  standard  has  legs  which  are  too  short  to 
reach  most  footrests  and  the  feet  are  too  wide 
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to  sit  on  tapered  footrests.  The  dummy  should 
be  safer  to  handle.  The  100  kg.  dummy  is  very 
awkward  to  lift  and  place  in  a  wheelchair, 
especially  on  an  ISO/RESNA  Double  Drum 
Tester. 

Design 

The  design  outlined  here  was  for  a  100  kg. 
test  dummy.  However,  the  process  could  be 
extended  to  the  other  sizes  as  well. 

Design  Criteria: 

1)  The  dummy  was  to  meet  the  intent  of 
ISO/RESNA  standards. 

2)  The  dummy  was  to  be  capable  of 
withstanding  10  million  cycles  in  a 
wheelchair  on  an  ISO/RESNA  Double  Drum 
Tester  (this  is  approximately  equivalent  to 
100  tests). 

3)  The  leg  length  and  foot  width  were  to  be 
adjustable  to  accommodate  a  wider  variety 
of  wheelchair  designs. 

4)  The  dummy  was  to  be  safer  to  use. 
Material  Selection 

The  dummy  frame  was  constructed  of  half  inch 
aluminum  (6061T6)  plate.  This  material  was 
selected  because  it  is  a  relatively  inexpensive 
structural  aluminum,  which  is  easy  to  machine, 
and  is  widely  available.  The  ISO/RESNA 
standards  call  for  dummies  to  be  simple  to 
construct  and  inexpensive.  Although  the  initial 
investment  for  aluminum  is  higher  than  for 
plywood,  the  long  term  cost  should  be  lower 
because  of  extended  product  life  Aluminum  is 
light  weight,  as  is  plywood,  and  therefor 
adequate  fre  dom  remains  to  adjust  mass 
distribution.  Steel  plates  were  used  for 
additional  mass.  Steel  is  very  durable,  is 
readily  available  and  is  easy  to  work  v;ith.  All 
fasteners  were  grade  8. 

Frame  Geometry 

The  back  and  seat  were  constructed  as  per 
ISO/RESNA  standards  (Figure  1).  The  seat 
was  modified  by  running  a  one  inch  steel  bar 
across  the  knee  joints  of  the  dummy.  The  steel 
bar  acts  as  a  pivot  (knee)  for  the  lower  legs 
and  permits  the  lower  leg  width  to  be  adjusted 
(Figure  1).  The  dummy  has  two  lower  legs 
connected  to  a  common  knee  shaft  (set 
screws  are  used  to  maintain  the  desired 
width).  This  allows  the  width  between  the 


lower  legs  to  be  adjusted  (range  is  200  to  250 
mm)  to  accommodate  a  variety  of  footrest 
widths.  The  length  of  the  lower  legs  is  also 
adjustable  by  bolting  a  dovetailed  bar  onto  the 
shaft  attached  between  the  knees  (range  is 
300  to  500  mm).  Two  half  inch  diameter  Allen 
cap  screws  hold  the  plates  together. 

The  dummy  was  equipped  with  eyelets  at  the 
shoulders,  so  that  straps  could  easily  be 
mounted  to  the  dummy  to  lift  it  with  a  motor 
hoist. 

Development 

The  design  specifications  developed  out  of 
experience  gained  by  testing  wheelchairs 
using  a  standard  ISO  100  kg.  dummy  (or  250 
pound  dummy).  Upon  testing  a  variety  of 
styles  of  wheelchjiirs  from  several 
manufacturers,  it  was  discovered  that  nearly 
each  chair  required  some  modification  to  the 
dummy  in  order  for  the  chair  to  be  properly 
tested.  In  addition,  placing  the  dummy  in  the 
wheelchair  was  particularly  difficult,  and 
sometimes  potentially  hazardous.  This  task 
often  required  several  people  working 
together.  Hence,  some  means  of  using  a  hoist 
was  investigated. 

Typically,  wheelchairs  are  tested  for 
approximately  100,000  cycles  on  an 
ISO/RESNA  Double  Drum  Tester,  and  3500 
cycles  on  an  ISO/RESNA  Curb  Drop  Tester. 
These  tests  can  be  particularly  punishing  to 
the  dummy.  It  was  considered  undesirable  to 
have  to  replace  the  dummy  regularly,  therefor 
the  decision  was  made  to  construct  the 
dummy  frame  of  aluminum  rather  than 
plywood. 

The  dummy  was  constmcted  first  by  laying  the 
parts  out  on  pieces  of  aluminum.  The  parts 
were  than  rough  cut  on  a  band  saw,  and 
finished  cut  on  a  milling  machine.  The  final 
finish  work  was  done  by  hand.  Holes  were 
drilled  and  tapped  to  bolt  the  dummy's  frame 
together.  The  components  (back,  seat,  legs)  of 
the  dummy's  frame  were  weighed  than 
appropriate  steel  weights  were  cut  and  bolted 
to  the  frame  in  the  proper  locations.  The  frame 
was  bolted  together.  An  adhesive  was  applied 
to  all  bolts  to  inhibit  loosening.  High  density 
foam  was  glued  to  the  back,  seat  and  feet  to 
protect  wheelchairs  from  the  dummy's  frame. 

Evaluation 

The  new  dummy  has  survived  over  200,000 
cycles  on  an  ISO/RESNA  Double  Drum  Tester 
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without  any  signs  of  wear  or  fatigue.  The  leg 
width  and  knee  adjustments  have  held  their 
place  during  each  testing  trial.  The  dummy 
has  experienced  no  loosening  of  any  of  the 
bolts  or  screws  which  hold  it  together.  There 
has  been  some  breakdown  In  the  foam  and 
some  damage  to  the  foam  due  to  handling. 

The  dummy  has  not  required  further 
modification  to  test  some  of  the  new  .• 
wheelchair  designs.  However,  the  dummy 
may  require  modification  for  future  wheelchair 
designs  if  they  vary  dramatically  from  present 
forms. 

The  integration  of  eye  hooks  and  the  use  of  a 
motor  hoist  has  made  handling  the  dummy 
noticeably  easier. 

Discussion 

Several  improvements  to  ISO/RESNA 
dummies  can  still  be  made.  The  standards  do 
not  specify  how  the  mass  is  to  be  distributed 
within  each  component  (i.e.  the  torso).  This 
may  cause  undue  stresses  in  some  areas  of 
the  wheelchair.  If  the  dummies  are  to  be  used 
for  vibration  analysis  (e.g.  ride  comfort)  than 
dummies  which  model  human  vibrational 
properties  need  to  be  developed.  It  has  been 
suggested  that  a  patient  transfer  hoist  works 
well  when  transporting  test  dummies.  The  ISO 
Standard  7176/11  and  RESNA  WC/11  should 
be  changed  to  suggest  aluminum  instead  of 
plywood,  and  the  leg  length  and  width  should 
be  made  adjustable. 


Acknowledgements 

This  project  was  partially  supported  by 
Rehabilitation  Services  Administration,  U.S. 
Department  of  Education  under  Award  No. 
H129E00005,  Quickie  Designs  Inc.,  and  the 
Human  Engineering  Laboratory  of  California 
State  University,  Sacramento. 

References 

1.  McLaurin,  C.A.,  Axelson  P.:  Wheelchair 
Standards:  An  Overview,  Journal  of 
Rehabilitation  Research  and  Development- 
Clinical  Supplement  No.2,  100-103,  1990. 

2.  Pope  A.M.,  Tariov  A.R.:  Disability  in 
America:  Toward  a  National  Agenda  for 
Prevention,  National  Academy  Press, 
Washington,  D.C.,  1991. 

3.  RESNA  Standard:  Wheelchairs  -  Test 
Dummies,  RESNA  WC/1 1 ,  1989 

Rory  A.  Cooper 
Coordinator 

Rehabilitation  Engineering  Program 
Biomedical  Engineering  Department 
California  State  University 
Sacramento,  California  95819-6019 


I  Weight 
I  Frame 


Standard 


Improved 


Rgure  1.  Front  View  of  Standard  and  Improved  ISO/RESNA 
Wheelchair  Test  Dummies 


RESNA  International  '92  •  June  6-11,  1992 

643 


629 


Easter 
Seal 
Student 
Design 
Competition 


644 


1992  Easter  Seal  Student  Design  Competition 


On  the  following  pages  you  have  the  opportunity  to  read  six  exceptional  student  design  papers.  This  year,  34 
creative  projects  were  submitted  to  compete  in  the  annual  Easter  Seal  Student  Design  Competition.  Choosing 
only  five  winners  and  a  ninner-up  was,  to  say  the  least,  a  challenge  for  the  eight-member  review  paneL  Yet, 
the  papers  you  are  about  to  read  were  chosen  as  outstanding  examples  of  functional  and  practical  design 
solutions  on  the  basis  of: 


•  technical  competence  of  the  design 

•  relevancy  to  real  societal  needs 
>^  creativity  and  innovation 

•  manufacturability  and  marketing  potential 

•  safety  and  durability 

•  clinical  \Rstiag  and  durability 

•  cost  effectiveness 

•  aesUietics  of  final  prototype 

•  consumer  appeal 


The  National  Easter  Seal  Society  (NESS)  continues  to  make  this  most  wortiiwhile  event  possible  by  providing 
the  winners  witii  rounJ-trip  air  transpwtation  to  the  RESNA  Conference,  complimentary  room,  conference 
registration,  and  a  stipend  for  meals.  Exhibit  space  is  provided  at  the  conference,  offering  a  great  opportunity 
for  the  winning  students  to  share  their  projects  and  rub  elbows  with  others  involved  in  the  development  and 
direct  applications  of  assistive  technology. 

These  students  and  tiieir  projects  represent  an  energy  source  that  is  exciting  to  see  and  needed  by  our  profession. 
They  fit  well  into  our  conference  theme  "Technology  for  Consumers." 

Ironically,  one  of  our  winners,  having  just  come  through  tiie  trauma  of  loosing  a  family  member,  relayed  how 
he  had  seriously  considered  iiot  bothering  to  enter.  We  are  all  so  glad  Uiat  he  did,  for  his  project  addressed  a 
very  real  and  present  need,  and  it  proves  so  true  the  quote  from  Publisher's  Clearinghouse,  "You  can't  win  if 
you  don't  send  it  in." 

In  my  opinion,  everyone  who  enters  our  competition  is  a  winner!  They  are  all  experimentiiig  witii  investing 
tlieir  knowledge,  skills,  and  abilities  in  bettering  the  quality  of  life  for  people  who  have  been  challenged  by 
disabilities.  We  applaud  tiiem  all.  In  no  way  do  we  imply  insignificance  to  those  projects  not  chosen.  Our 
judging  panel  however,  unanimously  concluded  tiiat  tiicse  six  papers  represented  projects  tiiat  scientifically,  yet 
pragmatically  intervened  to  solve  "real  worid"  needs,  which  makes  them  of  greater  overall  appeal  and  benefit 
to  consumers  and  commercial  producers  alike. 

After  all,  linking  appn^riatc  technology  to  the  largest  possible  group  of  beneficiaries,  is  what  successful  R&D 
is  about.  These  projects  excel  in  that  potential,  and  I  am  very  proud  to  present  tiiem  to  you. 

RESNA  wishes  to  thank  NESS  for  its  continued  support  of  the  Student  Design  Competition,  the  judging  panel 
for  a  job  well  done,  and  all  of  tiie  students  who  took  the  time  and  effort  to  submit  quality  projects. 

Please  welcome  tiie  five  finalists  to  RESNA  International  '92,  c  ^d  be  sure  to  encourage  tiiese  budding  Rehab 
Engineers  to  stick  witii  us  as  RESNA  and  NESS  continue  to  identify  and  leward  such  "Towering 
Achievements." 

David  F.  Law,  Jr. 
Chairman 

Easter  Seal  Student  Design  Competition 
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Abstract 

A  bathing  support  device  was 
required  for  our  client  and  people 
in  general  with  athetoid  cerebral 
palsy.  A  specific,  geometry  was 
needed  for  the  bathing  support 
device  was  needed  to  reduce  and 
constrain  the  strong,  involuntary 
muscle  contractions  of  our  client. 
Our  design  also  reduces  the  degree 
of  lifting  involved  in  transferring 
the  bather  in  and  out  of  the  device 
by  eliminating  extended  lifting 
over  the  edge  of  the  bathtub. 
Also,  since  our  client  can  not 
walk,  we  felt  it  would  be 
convenient  if  the  device  itself 
were  mobile,  thus  providing 
transport  to  and  from  the  bathing 
area,  and  eliminating  the 
inconvenience  of  an  additional 
transport  device. 

Background 

As  we  researched  existing  bathing 
support    devices    and    spoke  with 
numerous  specialists  in  the  field, 
including      physical  therapists, 
seating  specialists,  a  physiatrist, 
the  child's  mother,  and  several  of 
the     major     companies  currently 
manufacturing  bathing  supports,  we 
found    that    there     is  currently 
nothing  commercially  available  that 
meets    the    specific    needs    of  a 
person     with     athetoid  cerebral 
palsy.     This  need  is  specifically 
to  restrain  the  person  to  a  certain 
geometry    which    greatly  reduces 
their  spastic  muscle  reflexes.  As 
a  result  we  set  forth  to  design  a 
product    that    not    only    met  our 
clients  needs,  but  also  would  meet 
the  universal   need  for  a  bathing 
support   for   people  with  athetoid 
cerebral  palsy. 

The  effectiveness  and  marketability 
of  our  design  io  reinforced  by  our 
work  with  a  major  rehabilitation 
device  manufacturer  who  is 
researching  production  of  our 
device  for  the  public. 


Daaign  Objaotlvas  and  Crltarla 

Our  objective  was  to  design  and 
construct  a  bathing  support  device 
that  not  only  met  the  needs  of  our 
client,  but  would  be  effective  for 
any  person  with  a  similar 
disability,  and  universally  capable 
of  adapting  to  their  bathing 
facility. 

Daalgn  Crlf  ria 

1.  Most  importantly  the  design  had 
to  comfortably  restrain  the  bather 
in  the  necessary  body  geometry 
needed  to  control  their  muscle 
contractions.  Specifically  this 
meant  reducing  the  angle  between 
the  knees  and  abdomen,  the  hip 
angle,  to  less  than  90  degrees. 

2.  The  device  had  to  reduce  the 
work  and  amount  of  lifting  required 
by  the  bathing  attendant. 

3.  The  device  had  to  be 
universally  adaptable  to  each 
client's  bathing  situation,  as  well 
as  be  removable,  when  not  in  use, 
in  order  to  allow  others  use  of  the 
bathing  facility. 

4.  The  device  had  to  have  a  low 
cost  in  order  to  make  it  available 
to  the  average  person  in  need  of 
such  a  device. 

DesorlptloB  of  tha  Davloa 

There  are  three  distinct  parts  to 
our  final  design:  the  bathing 
support  itself;  a  mobile  cart,  used 
to  transfer  the  support  device;  and 
a  removable,  folding  rail  structure 
mounted  in  the  bathtub.  During 
bathing,  the  one  piece  rail  system 
is  removed  from  a  storage  area  and 
mounted  in  t  e  bathtub  via  two 
locking  clamp  attaching  to  the 
bathtub  walls,  and  four  suction 
cups  attaching  to  the  tub  floor. 
The  attendant  then  loads  the  bather 
on  the  support  device  from  a 
convenient  location  in  the  house. 
The  support  is  transported  into  the 
bathroom  using  the  mobile  cart. 
The  mobile  cart  and    the  bath  rail 
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system  are  locked  together  for 
safety,  and  the  support  device  is 
slid  from  the  cart  onto  the  rail 
support  in  the  bathtub.  After 
bathing  the  procedure  is  reversed. 

The  frame  of  the  bathing  support 
was  made  of  1.5  inch,  schedule  80 
PVC  pipe.  We  chose  pvc  for  several 
reasons:  it  has  a  reasonably  high 
structural  strength  and  is 
lightweight,  easy  to  work  with,  and 
it  is  not  affected  by  the  moisture 
and  detergent  of  the  bathtub 
environment.  The  support  material 
text,  a  vinyl  coated  nylon  mesh, 
that  is  extremely  high  in  strength, 
non-abrasive  to  the  skin,  and  not 
affected  by  the  bathtub 
environment.  We  also  felt  there 
was  a  need  for  support  belts  and 
pads.  The  neck  pad  holds  the  head 
in  place,  preventing  injury,  while 
also  providing  a  comfortable 
position.  The  hip  and  ankle  belts 
provide  the  constraint  necessary  to 
prevent  the  bather  from  falling 
from  the  support,  and  to  minimize 
uncontrolled  muscle  reflexes. 


from  the  water.  A  set  of  four,  one 
inch  wide  and  six  inches  in 
diameter,  castors  provides  easy 
maneuverability  on  all  household 
flooring  surfaces. 

The  bathtub  rail  system  is 
constructed  of  water  sealant 
coated,  lightweight  metal.  It  is  a 
one  piece  design,  hinged  in  three 
places  with  two  sets  of  locks  to 
rigidly  hold  the  device  while  in 
use.  The  rail  system  easily 
collapses  into  a  five  inch  wide 
unit  requiring  a  minimum  of  storage 
space.  The  male  end  of  the  rail 
system,  on  both  the  transfer  cart 
and  in  the  bathtub,  is  stainless 
steel,  while  the  female  end 
connected  to  the  bath  chair  itself 
is  PVC.  This  allows  the  device  to 
be  easily  slid  over  the  stainless 
steel  surface  during  transfer. 

Finally,  the  design  is  adaptable  to 
a  roll  in  shower.  The  cart  is 
designed  to  withstand  the  moisture 
of  the  shower,  and  the  rail  system 
is  simply  no  longer  used. 


The   transfer   cart   is   constructed  safety 
from  one  inch  diameter,  0.083  inch 

wall    thickness,     stainless    steel  During  the  design  and  construction 

pipe.    Stainless  steel  is  used  for  of  this  project  the  safety  of  the 

strength  purposes  so  that  it  will  bather   and   the   attendant   was  of 

withstand  the   dynamic  use   around  premiere  importance, 

the    house,    and    resist    corrosion  Considerations        included  the 
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stability  of  the  cart.  The 
transport  cart,  with  the  loaded 
support  device  attached,  had  to 
meet  the  rigorous  (wheelchair 
specifications?)  for  stability. 
Also,  the  entire  system  was 
subjected  to  a  rigorous  testing 
procedure  including  static,  dynamic 
and  impact  testing.  The  system 
also  contains  a  number  of  locking 
and  restraint  mechanisms  to  prevent 
injury.  The  entire  design  and  its 
operation  was  made  as  straight- 
forward as  possible,  for  the 
purpose  of  eliminating  user  error, 
or  misuse. 


conolusiona 

There  is  a  definite  need  for  a 
bathing  support  device  of  this 
nature  for  people  with  athetoid 
cerebral  palsy,  and  other  similar 
disabilities.  We  feel  our  design 
meets  this  need.  We  are  also 
hopeful  that  the  universal  design 
we  have  pursued  for  reasons  of 
marketability  will  lead  to  the 
commercial  production  of  this 
device,  and  its  availability  to 
anyone  with  a  similar  need. 
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Mounting  System  for  Communication  Devices  on  Wheelchairs 


Sylvie  Verwaayen 
Fanshawe  College,  Industrial  Design-  Class  of  1991 
London,  Ontario,  Canada 


Introduction 

A  system  for  mounting  communication  devices 
on  wheelchairs  has  been  designed.  It  allows  the 
commimication  device  to  be  brought  from  a  stor- 
age position  behind  the  chair  to  an  operaang  po- 
sition in  front  of  the  user  and  vice  versa. 

Statement  of  Problem 

Many  AAC  device  users  in  wheelchairs  and  their 
facilitators  experience  difficulties  with  moving  a 
current  device  into  the  right  position  for  opera- 
tion and  moving  it  out  of  the  way  when  the  space 
in  front  of  the  user  is  needed  for  other  puposes. 
At  present,  there  are  no  fully  flexible  mounting 
systems  for  AAC  devices  on  different  models  of 
wheelchairs. 

Background 

Many  users  of  augmentative  and  alternative 
commimication  (AAC)  devices  use  wheelchairs 
permanently.  Thames  Valley  Children's  Centre  is 
one  of  the  level-three  centres  in  the  province  of 
Ontario  for  the  provision  of  advanced  AAC  de- 
vices. At  the  centre,  severely  disabled  children 
are  prescribed  and  fitted  with  wheelchairs  as 
well  as  communication  devices  and  other  as- 
sistive technology.  The  devices  are  mounted  on 
the  wheelchairs  in  the  centre's  Seating  and  Mo- 
bility Service.  The  AAC  device  must  be  mounted 
on  the  chair  in  such  a  way  that  it  can  be  easily  ac- 
cessed and  operated. 

Rationale 

In  order  to  use  the  communication  device  op- 
timally, the  user  should  be  able  to  bring  it  for- 
ward to  an  operating  position  in  front  when 
needed  and  move  it  to  a  storage  position  when 
preparing  for  other  activities. 

The  most  suitable  storage  position  was  de- 
termined to  be  behind  the  backrest  of  the  seat. 

In  the  first  stage  of  this  project,  a  system  was  de- 
signed that  would  allow  a  facilitator  to  easily 
move  the  communication  device.  In  a  second 


stage  the  system  will  be  motorized  to  provide 
easy  operation  by  the  device  user. 

Research 

In  the  Industrial  Design  course  at  Fanshawe  Col- 
lege, students  are  encouraged  to  seek  answers  to 
design  problems  in  unconventional  and  oth- 
erwise imrelated  areas. 

The  first  piece  of  the  design  puzzle  came  from 
an  amphitheatre  tablet.  The  rotating  and  pivot- 
ing properties  of  this  object  was  just  what  was 
needed.  See  diagram  below . 

centre  of  pivot 
metal  casing 
metal  tube 
armrest 
board 


Second,  drawer  tracks  that  worked  on  a  ball 
bearing  concept  were  purchased.  This  was  the 
largest  stumbling  block  because  the  tracks  had 
stoppers  at  one  end  and  this  was  in  the  way  of 
the  workboard  transferring  from  one  track  to  an- 
other. 

Design 

The  design  work  started  with  detailed  measure- 
ments of  wheelchairs  as  well  as  the  workboard 
on  which  the  AAC  device  is  mounted.  Con- 
sideration had  to  be  given  to  other  pieces  of 
equipment  attached  to  the  wheelchair  such  as 
head  switches,  joystick,  foot  rests  and  battery. 

Four  different  concepts  for  moving  the  work- 
board  between  the  two  positions  were  studied. 
The  one  selected  was  a  sliding  motion  along  the 
side  of  the  chair  with  a  pivoting  point  where  the 
armrest  meets  the  back  rest. 
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The  communication  device  sits  on  a  workboard 
which  can  be  pivoted  and  rotated.  When  mov- 
ing the  device  away  from  the  operating  position, 
the  workboard  is  brought  to  the  side  of  the 
wheelchair  outside  the  armrest  It  then  slides 
back  to  the  point  where  the  armrest  meets  the 
backrest.  Meanwhile,  the  second  part  of  the  slid- 
ing mechanism  is  transferred  to  the  back  track 
and  secured  in  a  position  along  the  back  of  the 
chair.  See  fig.  below 


1  Rotate  to  the  side  of  the  chair 

2  Pivot  down 

3  Transfer  to  the  back  track 

4  Swing  t)ehind  seat 

Development 

An  initial  model  was  made  from  blue  foam,  PVC 
pipe  and  a  drawer  slide  mechanism  wrtth  a  bear- 
ing track  system.  From  that  model,  tlie  pivot  and 
rotating  mechanism  were  elaborated  and  even- 
tually incorporated  into  one  mechanismWra/fiHg 
available). 

Next,  a  prototype  was  made  out  of  wood,  PVC 
pipe  and  a  drawer  mechanism .  Special  care  was 
taken  to  ensure  that  the  two  tracks  would  mate 
and  the  plate  with  the  workboard  would  smooth- 
ly transfer  from  one  track  to  the  other. 

The  prototype  was  evaluated  by  staff  at  the 
Thames  Valley  Children's  Centre.  Based  on  their 
suggestion,  a  third  prototype  was  made  out  of 
steel.This  version  was  also  equipped  with  clamps 
for  attachment  to  a  wheelchair.  The  prototype 
was  mounted  on  a  standard  wheelchair  and  dis- 
played at  the  MEDTECH  show  in  London,  On- 
tario, Canada. 


Exploded  view  of  final  concept  design: 


1  Laptop  and  case 

2  Pivot/Rotate  Mechanism 

3  PVC  pipe 

4  Houdng  for  tut)e 

5  Sliding  plate 

6  Bearing/Track  System 

7  Mounting  Board 

8  Split  Oamp 

9  PCV  Tube 

10  Screw 

11  Pin 


Futme  Developments 

In  the  spring  of  1992,  this  design  will  be  carried 
on  by  engineering  student(s)  from  Sweden  that 
are  on  a  work-term  at  Thames  Valley  Children's 
Centre. 
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LARGE-BUTTON  REMOTE  CONTROL  FOR  PERSONS  WITH  MOTOR 
FUNCTION  DISABILITES 

John  I.  Ramalho 
Manufacturing  Engineering  Technology 
Western  Washington  University 
Bellingham,  Washington  USA 


Abstruct 

A  large-button  version  of  the  everyday  remote  control 
used  for  television,  video  cassette  recorder  (VCR)  and 
compact  disc  player  (CD)  entertainment  systems  is  an 
ideal  instrument  for  the  person  with  motor  control 
dUabilities.  The  designs  of  commercial  models  do  not 
lend  themselves  to  the  needs  of  this  group  of  people;  the 
keys  are  too  small,  too  close  together,  and  require  too 
much  force  to  press.  Adapting  a  commercially  available 
reprogrammable  remote  control  by  incorporating  larger 
buttons  which  require  less  force  to  activate,  would 
produce  a  device  that  could  be  operated  by  those  with 
motor  function  disabilities.  This  paper  outlines  the 
design,  production,  and  usefulness  of  a  large-button 
remote  control. 

Introduction:  A  Brief  History 

The  usefulness  of  the  familiar  remote  controls  used  to  operate 
various  popular  entertainment  systems  such  as  TVs,  VCRs, 
and  stereo/CD  players  is  often  taken  for  granted.  However, 
many  persons  disabled  by  lack  of  motor  function  of  one  sort 
or  another,  would  fmd  great  benefit  and  independence 
through  the  use  of  such  a  device.  Unfortunately,  commercial 
remote  controls  are  not  designed  with  the  disabled  person  in 
mind;  the  buttons  are  small,  placed  close  together,  and  require 
too  great  an  effort  to  press.  Such  an  arrangement  makes  it 
almost  impossible  for  those  with  impaired  motor  function  to 
operate.  As  a  result  it  is  necessary  for  the  disabled  person  to 
rely  on  an  assistant  to  perform  this  otherwise  mundane  task. 
A  remote  control  designed  with  the  disabled  in  mind  would 
return  to  the  individual  a  simple,  but  significant  independence, 
and  at  the  same  time  provide  the  assistant  additional  time  to 
perform  more  vital  tasks. 

A  large-button  remote  control  could  be  used  by  individuals 
with  a  wide  variety  of  disabilities.  Persons  targeted  for  sueh 
a  product  would  include:  para-  and  quadraplegics,  persons 
with  multiple  sclerosis,  arthritis,  cerebral  palsy,  carpal  tunnel 
syndrome,  absence  of  major  appendages,  limited  eyesight  or 
blindness  or  any  person  who  has  had  an  accident  that 
produced  a  temporary  debilitation.  Even  the  average  person 
who  finds  searching  for  the  small  buttons  tedious  would 
benefit. 

According  to  the  National  Institute  im  [Jisaliilily  iiiid 
Rehabilitation  Research  1983-198,';  (Table  1),  the  number  ol 
United  States  civilian  noninstitutionali/.ed  persons  with  the 
permanent  disabilities  mentioned  above  was  reported  to  be 
about  20%  of  the  population  (LaPlante  1988).  Although  many 
of  these  disabilities  are  minor  in  nature,  these  persons  could 
still  benefit  from  such  a  large-button  device. 

The  large-button  remote  control  described  here  makes  use  ol 
a  commercial  reprogrammable  remote  control.  Fourteen 
large,  1"  x  1",  keys  press  small  switches  mounted  in  a  ia.se 
housing  the  commercial  remote.  These  keys  provide  complete 


operation  of  power,  volume,  channel,  mute,  rewind, 
fastforward,  play,  record,  stop,  pause  and  item  select  functions. 
Flexible  circuitry  connects  the  switches  to  the  commercial 
circuit  board.  The  large-button  remote  case  measures  7.5" 
long,  3"  wide  and  1.75"  high  and  weighs  less  than  7  oz.  The 
back  of  the  case  opens  to  provide  access  to  the  commercial 
remote  for  battery  changing  and  programming. 

Methodology 

Initially,  a  local  physician  associated  with  the  local  chapter  of 
the  Volunteer's  for  Medical  Engineering  (VME)  came  to  our 
university  requesting  help  in  designing  a  remote  control  for 
TV  to  help  a  multiple  sclerosis  patient.  With  funding 
assistance  front  the  St.  Luke's  Fo'mdation,  a  prototype  device 
was  developed. 

Initial  Design: 

The  initial  design  parameters  called  for  an  aesthetically 
pleasing  device  with  large  keys  capable  of  being  activated  with 
a  slight  amount  of  pressure.  The  device  had  to  make  u.se  of 
existing  accessible  technology,  yet  must  remain  cost  effective 
enough  to  allow  those  who  could  benefit  to  purchase  the  unit. 
Initially,  manufacturability  was  not  considered  significant  since 
only  of  few  were  to  be  made.  The  switches  were  located  first 
since  these  would  determine  the  configuration  and  s.\y.e  of  the 
large-button  remote.  Switches  with  an  operating  force  of  130 
±  10  grams  (gf)  that  could  mount  easily  on  a  PC  board  were 
chosen  for  the  design. 

The  first  prototype  was  constructed  of  oak  ami  acrylic  and  was 
easily  produced.  The  case  had  six,  1"  x  keys  for  TV 
operation,  measured  4"  x  7"  x  2",  and  weigheu  1.4  lbs.  The 
time  consuming  process  in  manufacturing  was  soldering  the 
wire  circuitry  to  the  switches  to  the  commercial  remote's  cir- 
cuit board. 

Incorporating  VCR  and  Stereo/CD  player  control  was 
considered  a  positive  addition  and  a  second  prototype  was 
produced.  The  addition  of  eight  keys  for  a  total  of  fourteen 
was  required  to  handle  additional  operating  modes.  Oak  was 
no  longer  a  viable  material  since  its  strength  to  mass  ratio 
would  produce  a  prototype  twice  the  si/e  and  weight.  The 
po.ssihiliiy  of  producing  more  than  ju.st  2  remotes  was  added 
to  the  equation,  making  the  manufacturing  time  required  for 
each  unit  a  concern.  It  was  decided  that  computer  numerical 
controlled  (CNC)  machining  would  Ik  used  to  produce  the 
cases.  Aluminum  was  the  material  of  choice.  It  was  light, 
strong,  easily  machined,  and  would  reduce  the  si/e  while  still 
allowing  for  the  increased  number  of  keys. 

The  second  prototype  produced  contained  fourteen  keys, 
measured  7.5"  x  3"  x  2"  and  weighed  1.5  lbs  (only  !.(>  o/  more 
than  the  oak  model).  Unfortunately,  because  of  the  amount 
of  metal  removal  required,  the  machining  time  took  13  hours 
for  each  unit.  The  other  manufacturing  problem  was  the  2 
hours  required  to  strip  and  solder  the  wires  to  the  contacts  of 
the  switches  to  the  commercial  remote's  circuit  board. 
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Table  1:  Prevalence  of  selected  inipairnient.s  and  chronic 
conditions,  United  States  civilian  noninstitutionalized 
population,  19S3-1985  (Three-year  average). 


Chronic  Condition                   All  Persons 

#  of  conditions 
Skin  and  musculoskeletal           Cm  ICOOs) 

Rheumatoid  arthritis 

1,287 

Osteoarthritis/arthropathies 

29,033 

Bursitis 

4,684 

Impairments 

Absence  of  major  apcndagcs 

365 

Complete  paralysis  of  extrcmetics 

650 

Cerebral  Palsy 

262 

Partial  paralysis  of  cxtre. 

541 

impairment  of  upper  cxtrc. 

3,109 

Blind  both  eyes 

381 

Cataracts 

5.221 

Glaucoma 

1,709 

other  visual  impairment 

8,554 

Miscellaneous 

Epilepsy 

1,043 

Multiple  Sclerosis 

151 

Both  prototypes  were  taken  to  the  local  VME  meeting  to  be 
examined  and  tested  by  persons  with  motor  control 
disabilities.  The  response  was  enthusiastic.  The  keys  where 
easily  operated  by  a  quadriplegic  with  only  17%  use  of  his 
right  arm.  The  only  contention  was  the  product's  weight. 
Though  the  keys  were  easily  pressed,  the  actual  weight  of  both 
prototypes  made  it  difficult  to  manipulate. 

The  engineers  and  health  care  professionals  present  at  the 
VME  meetiag  thought  that  the  possible  demand  for  such  a 
product  covld  be  much  greater  than  first  anticipated  and 
might  jtistify  injection  mold  production  mcthinls.  Injection 
molding  would  ultimately  reduce  the  13  hour  manufacturing 
time  to  a  few  minutes,  increase  ease  of  manufacturing,  and 
drastically  reduce  product  weight.  Injection  molding  would 
also  allow  rrfining  the  design  to  increase  the  a.sthetically 
pleasing  appearance  of  the  product. 

The  Final  Design: 

The  final  design  solution  is  presently  in  the  process  of  produc- 
tion. It  consists  of  a  lightweight  (7  oz),  5  part  contoured  case, 
adhesively  bonded  together,  with  the  backplate  and  the 
keyboard  removable  for  service  (cleaning,  battery  replacement, 
and  programming).  All  parts  will  be  injection  molded  with 
acrylonitrile-butadiene-styrene  (ABS).  The  window  will  be 
injection  molded  from  ABS  with  methyl  methacrylate  additive 
used  to  give  ABS  transparent  qualities.  ABS  was  chosen  for 
its  impact  resistance  and  toughness  (from  the  butadiene), 
chemical  resistance,  heat  stability,  and  aging  resistance  (from 
the  acrylonitrile),  and  rigidity,  high  gloss  and  improved 
processing  characteristics  (from  the  polystyrene)  (Whitlow 
1988).  In  addition,  ABS  may  be  colored  and  is  easily  bonded 
with  adhesives. 

The  circuitry  required  to  connect  the  witches  to  thi- 
commercial  circuit  board  had  to  \x  developed  for  easy 
manufacturing  and  installation.  Wire  stripping  and  soldering 
by  hand  was  too  time  consuming,  requiring  as  much  as  2 
hours  per  unit.  Furthermore,  the  accuracy  and  dependability 
of  the  solder  joints  depended  heavily  on  the  skill  of  the 
technician.  It  was  clear  that  an  improved  method  was  needed. 


The  idea  of  using  of  a  conductive  ink  pen  and  a  (Computer 
Aided  Drafting)  CAD  drawing  to  plot  the  circuit  with  the  ink 
pen  in  a  pen-plotter  was  entertained.  This  method  would 
require  extensive  pen  mounting  design  and  was  discarded  for 
a  more  reasonable  silk-saeening  process.  Silk-screening 
would  provide  for  the  rapid,  accurate  production  of  a  flexible 
circuit  on  mylar.  Two  workers  could  produce  as  many  as  100 
circuits  in  less  than  1  hour.  The  circuit  design  was  created 
using  AutoCAD  and  plotted  on  a  Hewlett-Packard  LaserJet 
III  at  300  dpi  resolution.  A  photographic  image  of  the  laser 
print  was  transferred  onto  transparent  plastic.  A  high 
resolution  silk-screen  image  was  produced  from  the 
transparent  plastic  by  a.photo-curing  process  of  the  silk-screen 
polymer  mask. 

The  practice  of  producing  simple  circuits  using  a  silk-screening 
ink  is  an  existing  technology.  Two  basic  processes  were 
examined.  One  required  the  use  of  electrically  conductive 
silk-screening  ink  most  of  which  required  curing  by  means  of 
ultra  violet  (UV)  light.  This  process,  though  simple,  is  cost 
prohibitive  due  to  the  silver  conductive  inks  ("silvers")  costing 
$25  to  $45  per  troy  ounce.  The  silver  ink  method  would  cost 
a  minimum  of  $26.00/  circuit.  The  other  process  involved 
coating  copper-clad  polyester  film  with  an  etch-resist  ink. 
After  the  ink  dries  the  printed  copper  film  is  dipped  in  an  etch 
tank  filled  with  ferric-chloride.  The  ferric-chloride  etchant 
removes  all  copper  not  coated  with  the  etch-resist  ink.  After 
etching  the  ink  is  removed  by  solvent.  Part  2  of  this  silk- 
screen  process  involves  coating  what  is  now  the  copper  circuit 
pattern  with  a  silk-screenable  polyester  solder  mask.  The 
silk-screen  pattern  for  the  polyester  mask  allows  coating  of  the 
entire  copper  circuit  except  for  the  contact  points  which  are  to 
remain  exposed  for  circuit  connections.  This  method  will 
require  copper  clad  polyester  film  at  $1.00/square  foot,  etch 
resist  ink  at  $45/gallon,  and  polyester  solder  mask  at 
$45/gallon.  This  translates  to  a  total  cost  of  $3.61/ circuit  and 
is  the  mist  cost  effective  of  the  two  processes.  Therefore,  the 
etch-resist  ink  process  was  chosen  as  the  best  method  to  used. 

The  final  hurdle  involved  bonding  the  flexible  circuit  to  the 
switches  and  to  the  commercial  remote  control's  circuit  board. 
A  one-part  conductive  epoxy  used  by  the  surface-mounted 
circuit  board  industry  will  be  used.  The  epoxy  requires  a  12 
hour  cure  time,  and  eventually  may  be  applied  by  a  robot 
using  a  glue  dispensing  end  effector.  Even  when  assembled  by 
hand,  the  flexible  circuit  installation  will  take  a  maximum  of 
5  minutes  per  unit,  a  drastic  reduction  from  the  2  hours 
required  by  the  previous  soldiering  method.  Furthermore,  the 
skill  requirements  of  the  technician  are  almost  completely 
eliminated. 

Aesthestics: 

The  outward  appearance  of  the  large-button  remote  control 
is  a  smooth  contoured  design,  with  a  finely  textured  'satin' 
black  finish.  The  site-window  required  for  the  infrared  signal 
to  the  TV,  etc.  will  be  a  tran.sparent  smoke  grey  to  match  the 
case.  All  edges  are  rounded  for  increased  holding  comfort. 
More  significantly,  rounded  corners  remove  any  possibility  of 
scratching  from  sharp  edges.  This  is  important  especially 
when  used  by  a  person  whose  disability  might  inadvertently 
cause  him  to  strike  himself  or  another  person. 

The  final  design  of  the  keyboard  has  been  given  a  radius. 
This  serves  to  remove  the  possibility  of  the  keys  being  pressed 
in  the  event  that  the  case  is  placed  upside-down.  The  end 
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LARGE-BUTTON  REMOTE  CONTROL 
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SIDE  VIEW 

Figure  1:  Large-button  remote  control  diagram  sliowing  top,  side,  and  end  views. 


END  VIEW 


result  is  that  the  batteries  will  not  be  discharged  if  the  remote 
is  acddentally  left  upside-down.  Normally  this  is  not  a 
problem  with  a  commercial  remote's  small  keys  which  require 
greater  force  to  activate.  But  this  is  an  important  concern 
when  activation  may  take  place  under  the  large-button 
remote's  own  weight.  With  the  curvature  of  the  keyboard,  the 
remote  will  orient  so  that  none  of  the  keys  are  activated. 

Development  and  Production 

The  large-button  remote  control  has  been  designed  with 
robotic  assembly  in  mind.  The  casing,  switches,  and  circuitry 
can  all  be  robotically  assembled.  However,  it  may  take  some 
time  to  produce  all  the  Tixturing  necessary  for  total  automated 
assembly.  In  the  mean  time,  an  entire  remote  can  easily  be 
hand  assembled  in  IS  minutes,  excluding  the  curing  time  re- 
quired by  the  epoxy. 

Actual  production  will  be  accomplished  by  student  members 
of  the  Society  of  Manufacturing  Engineers  (SME)  as  a  means 
of  fund-raising  and  production  experience.  Funds  gained  by 
SME  student  chapter  will  be  used  for  educational  purposes. 
Chief  among  such  purposes  vnll  be  sending  student  members 
to  professional  meetings  and  conferences. 

The  product  will  be  sold  for  a  price  that  will  cover  the  cost  of 
the  commercial  remote  (a  major  retail  outlet  has  agreed  to 
sell  these  at  cost),  the  process  materials  and  student  labor.  It 
is  reasonable  to  expect  the  plastics  materials  to  be  provided 
via  donations  by  various  local  industries.  The  product  cost 
should  be  about  $50/unit.  Various  organization  like  VME  will 
most  likely  purchase  the  remote  controls  and  sec  that  they  get 
to  those  needing  the  device. 

The  units  will  be  distributed  nationally  through  VME 
organizations  located  throughout  the  United  States.  It  will  be 
the  responsibility  of  VME  to  order,  ship  and  distribute  the 
product. 


Conclusion 

Seldom  does  a  product  not  originally  design  with  the  disabled 
community  in  mind,  display  the  potential  to  meet  the  needs  of 
the  disabled  as  does  the  simple  remote  control  of  modern 
entertainment  systems.  Altered  to  address  the  special  needs 
of  those  with  motor  function  inpairraents,  the  large-button 
remote  control  is  a  product  which  will  give  the  disabled  an 
increased  independence.  The  concept  of  a  large-button 
remote  should  by  no  means  be  limited  to  entertainment 
systems.  Many  household  operations  can  be  controlled  from 
this  same  device  when  outfitted  with  existing  radio  frequency 
circuitry,  i.e.,  window  shade  openers,  light  switches,  intercoms, 
etc.  The  possibilities  for  such  a  device  arc  limited  only  by  the 
imagination. 
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ABSTRACT 

Some  quadriplegics  having  limited  arm  and  hand 
function  would  prefer  manual  wheelchairs  to 
electrically  powered  chairs  but  do  not  have  the 
strength  to  operate  them  safely  on  steep  or  extended 
slopes.  Existing  wheel  locks  cause  excessive  tire 
wear.  A  dynamic  wheelchair  brake  was  designed  to 
enhance  the  mobility  and  safety  of  this  group. 

A  design  was  developed  based  on  a  simple  band 
brake.  The  design  calls  for  an  aluminum  disk 
mounted  between  t!ie  wheel  and  frame  of  the  chair. 
This  drum  rides  on  a  bearing  concentric  with  the 
axle.  A  Kevlar  jacketed  cable  wrapped  around  the 
drum  provides  friction  for  stopping.  The  drum 
engages  the  wheel  by  means  of  polyurethane  wedges. 

This  brake  is  easy  to  use,  reliable,  and  low 
maintenance.  It  is  compatible  with  quick-release 
wheels,  folding  chairs,  and  wet  weather.  Materials 
for  two  brakes  cost  about  $160.  A  prototype  is 
being  tested. 


INTRODUCTION 
Background 

Quadriplegics  with  limited  arm  and  hand  function 
are  known  as  marginal  pushers.  The  development 
of  wheelchair  technology  in  the  last  decade  has 
enabled  this  group  to  have  the  option  of  using  a 
manual  chair.  Previously  they  had  been  restricted 
to  electrically  powered  chairs.  Manual  chairs  are 
lighter,  smaller,  easier  to  maneuver,  and  less 
expensive,  so  many  marginal  pushers  prefer  them. 

Manual  wheelchairs  are  normally  propelled  by  a 
pushrim.  Pushrims  are  light,  reliable,  and  simple. 
They  can  be  used  for  forward  and  reverse  motion 
and  as  brakes.  Most  marginal  pushers  lack  the 
strength  or  grip  needed  to  use  a  pushrim 
effectively.  This  is  compensated  lor  by  adaing 
slip-resistant  coalings  or  knobs  to  the  pushrim. 

Justification 

Unfortunately,  these  adaptions  to  aid  motion 
eliminate  the  ability  to  use  the  pushrim  as  a  brake. 
The  need  for  an  effective  dynamic  brake  is  widely 
recognized.  Thacker,  Seelye,  and  Kauzlarich  of  the 
University  of  Virginia  reported  the  results  of  a 
1985  survey  of  wheelchair  users.  Of  168  people 
surveyed,  81%  expressed  a  desire  for  dynamic 
brakes  [1]. 

Marginal  pushers  have  lost  control  of  their  chairs 
on  steep  or  extended  slopes.  The  wheel  locks  now 
available  on  manual  wheelchairs  are  effective 


parking  brakes,  but  they  cause  excessive  tire  wear 
when  used  for  dynamic  braking.  Designs  for 
dynamic  brakes  have  boen  proposed,  but  none  have 
been  widely  adopted  [2].  Wheelchair  brakes  will 
increase  the  mobility  and  safety  of  marginal 
pushers. 

APPROACH 

Research 

The  design  team  gained  a  solid  background  in 
wheelchair  technology.  They  discovered  what  had 
been  done  before  in  the  area  of  wheelchair  brakes 
and  reviewed  braking  technology.  Books,  as  well  as 
magazines,  journals,  and  other  periodicals  were 
consulted.  Wheeled  mobility  experts  were 
consulted  and  marginal  pushers  interviewed. 
Materials  specialists  were  contacted. 

Criteria 

Once  a  thorough  understanding  of  the  problem  had 
been  obtained,  the  design  team  was  able  to  identify 
eight  features  required  in  the  design  of  an  effective 
wheelchair  brake; 

1)  Reliability  -  Failure  of  the  brake  could  lead 
to  serious  injury  to  the  user,  so  the  design  must  be 
very  reliable.  In  addition,  wheelchair  users  depend 
on  their  chairs.  The  chair  must  be  ready  to  go 
twenty-four  hours  per  day. 

2)  Low  Maintenance  -  A  brake  requiring 
frequent  adjustments  is  inconvenient  and  will 
become  unsafe. 

3)  Compatibility  with  Quick-Release  Wheels  - 
The  wheelchair's  wheels  often  need  to  be  removed  to 
transport  the  chair.  If  the  brake  does  not  include 
this  feature,  it  does  not  improve  the  user's 
mobility  and  independence. 

4)  Compatibility  with  Folding  Chairs --J  he 
braking  system  must  not  interfere  with  the  folding 
mechanism. 

5)  Good  Performance  in  Wet  Weather 
Wheelchairs  are  used  indoors  and  outdoors.  Wet 
weather  capability  is  essential  for  safety. 

6)  Low  Weight  The  marginal  pusher  is  barely 
able  to  propel  the  chair,  so  any  significant  weight 
increase  would  be  counterproductive. 

7)  '  Durability  --  A  high  quality,  durable  product 
is  necessary  for  dependability. 

8)  Ease  of  Use  -  Since  the  marginal  pusher  has 
limited  strength,  the  brake  must  be  easy  to  operate. 
The  two  brakes,  one  on  each  £  -  of  the  chair, 
should  operate  independently  to  facilitate  steering. 

Synthesis 

The  design  developed  is  based  on  a  simple  band 
brake.  An  aluminum  disk  is  mounted  between  the 
rear  wheul  and  frame  of  the  chair.  II  rides  on  a 
bearing  and  is  concentric  with  the  axle.  A  stainless 
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steel  cable  in  a  braided  Kevlar  jacket  is  wrapped 
around  the  drum.  Tension  in  the  cable  is  controlled 
with  a  lever  that  is  mounted  to  the  frame.  The 
Kevlar-aluminum  interface  provides  friction  for 
stopping.  The  aluminum  drum  engages  the  wheel  by 
means  of  polyurethane  wedges  which  fit  snugly 
between  the  spokes  of  a  standard  plastic  wheel. 

This  design,  shown  in  Figures  1  and  2,  satisfies  all 
eight  design  criteria.  Its  simplicity  and  ruggedness 
provide  for  high  reliability  and  durability.  A 
sealed  bearing  Is  used,  so  no  maintenance  is 
required.  The  unique  mounting  system  enables  the 
brake  to  stay  on  the  chair  when  the  wheels  are 
removed.  Since  the  brake  is  mounted  t>etween  the 
wheel  and  frame,  it  does  not  interfere  with  folding 
the  chair. 


The  Kevlar-Aluminum  interface  has  the  distinctive 
property  of  an  increased  coefficient  of  friction 
when  wet,  so  wet  weather  performance  should 
exceed  dry  weather  results.  Another  advantage  of 
Kevlar  is  that  its  relatively  low  coefficient  of 
friction  limits  maximum  deceleration  to  about 
0.2g.  This  is  a  safety  feature  because  high 
deceleration  could  eject  the  rider  from  the  chair. 
The  use  of  aluminum  in  the  design  makes  it  light 
weight. 

Calculations  indicate  that  a  three  pound  force  on  the 
actuating  lever  will  provide  maximum  stopping 
power,  locking  the  rear  wheels.  The  progressive 
nature  of  a  simple  band  brake  creates  this  force 
multiplying  feature  and  makes  the  device  very  easy 
to  use. 


Figuie  1 .  Wheelcnair  Dynamic  3rake  (s.de  vie//; 
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Figuro  2.  Whoelchaif  Dynamic  Brake  (end  views| 


FABRICATION 

Apparatus 

The  parts  of  the  brake  are:  the  hub,  the  drum,  the 
wedges,  the  cable,  and  the  actuating  lever.  Each  has 
unique  features  discussed  below. 

A  standard  quick  release  wheel  uses  a  ball-lock  pin 
which  slips  through  the  center  of  a  wheel  and  fits 
into  a  receiver.  The  receiver  is  threaded  on  the 
outside  and  two  nuts  secure  it  to  a  mounting  plate. 
The  hub,  drum,  receiver,  and  mounting  plate  are 
illustrated  in  Figure  3.  The  hub  is  a  specialized  nut 
that  screws  onto  the  receiver.  It  replaces  one  of  the 
nuts  holding  the  receiver  to  the  mountir;  plate, 
enabling  mounting  of  the  brake  without  making  the 
chair  any  wider. 


tXPLOBCD  VIEV  [T  DRUM  ASSEMBLY 


WHEELCHAIR  BRAKE 
REAR  ASSEMBLY 


Figure  3 

The  drum  is  machined  from  aluminum.  A  bearing  is 
pressed  into  a  central  hole  and  rides  on  the  hub.  A 
groove  is  machined  in  the  outer  edge  of  the  drum  for 
the  c^'^'l'='  to  rest  In,  The  drum  is  five  inches  in 
dlamete..  This  size  allows  the  drum  to  remain  on 
the  chair.  It  is  small  enough  so  that  the  portability 
of  the  chair  is  not  impaired.  Some  of  the  team's 
earlier  designs  involved  larger  drums  or  channels 
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attached  to  the  wheel  rim.  These  designs  Interfered 
with  the  user's  hands  and  prevented  quick-release 
operation. 

Polyurethane  wedges  enable  the  drum  to  engage  the 
wheel.  The  wedges  fit  snugly  into  the  spaces 
between  the  spokes  of  a  plastic  wheel.  They  are 
bolted  to  the  drum,  which  allows  them  to  be 
removed  and  replaced  with  different  wedges  for 
different  types  of  wheels.  They  are  made  of 
polyurethane  so  that  they  fit  without  slop  and  do  not 
transmit  excessive  shear  forces  to  the  spokes. 

A  1/16  Inch  diameter  7x7  stainless  steel  cable  was 
selected.  The  use  of  stainless  steel  minimizes 
corrosion.  The  cable  is  covered  with  a  woven 
Kevlar  jacket.  The  idea  of  using  Kevlar  came  from 
Royce  Husted's  Rim  Band  Brake  [3].  Testing  with 
bicycles  indicates  that  the  Kevlar  tends  to  polish 
the  aluminum  instead  of  wearing  it,  providing 
superior  durability. 

The  cable  Is  stiff  enough  to  spring  slightly  away 
from  the  drum  when  tension  is  reduced,  so  that  the 
brake  does  not  add  significant  drag.  The  high 
tension  end  of  the  cable  is  fitted  with  a  swaged  loop. 
A  threaded  swaged  fitting  on  the  low  tension  end 
provides  adjustability.  In  normal  use  the  brake 
would  not  need  adjustment.  This  feature  is  provided 
In  case  the  user  needs  to  alter  his  or  her  wheel 
placement. 

A  standard  Motion  Designs  Quickie  type  frame 
clamp  was  used  to  secure  the  tight  side  of  the  cable. 
A  Motion  Designs  lever  and  clamp  were  selected  to 
activate  the  brake.  The  lever  has  two  places  to 
attach  the  cable.  One  set-up  will  provide  "push" 
activation;  the  other  will  provide  "pull"  activation. 
This  is  a  valuable  feature.  Depending  on  their 
injury,  some  marginal  pushers  can  only  push  and 
others  can  only  pull. 

Prototype 

A  prototype  has  been  constructed.  Preliminary 
testing  has  confirmed  that  the  brake  requires  a  low 
actuating  force  and  does  not  create  noticeable  drag 
when  the  cable  is  slack. 

Further  testing  is  planned  to  explore  the  device's 
dynamic  characteristics  and  determine  if  enough 
force  Is  generated  for  the  dynamic  brake  to  double 
as  a  parking  brake. 

CONCLUSIONS 

While  further  study  is  required,  and  much  tet.iing 
remains  to  be  done,  this  brake  appears  to  fulfill  Ihe 
design  criteria  and  work  well. 
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ABSTRACT 

St.  Michael's  Association  School  for  Special  Education  in 
Window  Rock,  AZ  is  home  to  over  150  disabled  children  and 
adults,  many  of  whom  have  cerebral  palsy.  One  of  the 
problems  associated  with  this  condition  is  the  lack  of  postural 
muscle  control.  The  inability  to  sit  erect  in  a  vehicle  can 
compromise  the  passenger's  safety.  Standard  vehicular  safety 
belt  systems  implicitly  require  the  individual  be  able  to  sit 
upright.  The  students  at  St.  Michael's  can  spend  up  to  four 
hours  riding  over  rough  terrain  to  reach  home  or  school.  To 
date,  no  federal  regulations  apply  to  disabled  adult  travel 
restraint  systems.  A  ftill  size  travel  restraint  system  weighing 
under  17  lbs  has  been  designed  to  meet  this  need.  The  system 
provides  adjustable  torso  support  and  includes  provisions  for 
medically  appropriate  custom  seating  pads.  A  four  point 
harness  is  attached  to  a  padded  LEXAN  back  support.  Rigid 
torso  support  cushions  are  attached  to  the  sides  of  the  back 
rest  and  held  in  place  with  two  inch  wide  nylon  webbing.  II 
is  easily  installed  or  removed  in  a  vehicle  by  one  person  in 
under  five  minutes  without  the  use  of  special  tools. 


INTRODUCTION 

Problem  statement 

Many  of  the  disabled  students  who  attend  St.  Michael's  .school 
are  wheelchair  bound.  The  school  is  located  in  a  remote 
section  of  Northeastern  Arizona.  Most  are  cerebral  palsy 
children  and  adults  without  any  significant  degree  of  torso 
support.  They  range  from  7  to  26  years  of  age  and  weigh 
from  70  to  120  lbs.  The  students  must  travel  up  to  150  miles 
over  smooth  and  rough  terrain  in  one  of  three  school  vehicles: 
a  full  sized  school  bus,  a  mini  school  bus  and  a  four  wheel 
drive  Chevrolet  Suburban.  Currently,  school  vehicles  provide 
no  safety  restraint  system  aside  from  the  standard  seat  bells 
which  work  only  if  the  passenger  has  sufficient  trunk  muscle 
motor  control.  In  the  school  buses,  seat  belts  are  not  required 
in  the  passenger  compartment  per  federal  law'.  The  disabled 
adults  and  older  children  are  often  too  big  for  the  largest  size 
commercially  available  toddler  seat,  therefore,  an  alternative 
method  of  travel  restraint  is  needed.  A  patent  has  been  is,sueJ 
for  a  padded  aluminum  frame  seat  assembly  that  is  attached  to 
the  vehicle  frame  by  straps  and  a  special  hard  point".  The 
difficulty  with  this  device  is  that  a  special  modification  must 
be  made  to  the  vehicle  to  anchor  the  attachment  straps 
pursuant  to  federal  law' 

Design  Objcttives 

The  technical  goal  of  this  proioit  is  to  cn'iili"  an  incxiH-iisive 
vehicular  restraint  system  that  priividcs  the  ulniusl  in  miKIj 


and  medically  appropriate  physical  support  but  does  not  overly 
constrain  the  individual.  The  materials  for  the  system  must  be 
durable,  lightweight  and  easy  to  maintain.  The  system  must 
contain  few  working  parts  and  be  interchangeable  between 
vehicles  with  minimal  tools  and  effort.  While  satisfying  the 
physical  and  mechanical  rer^uirements,  the  system  must  be 
responsive  to  the  human  needs.  The  restraint  system  should 
not  be  identifiable  as  a  device  for  "the  disabled.' 

DESIGN  METHODOLOGY 

SAFETY  is  the  primary  design  requirement.  In  the  event  of 
sudden  decelerations  such  as  a  forward  impact,  the  restraint 
system  must  (1)  distribute  the  forces  over  the  body  to  avoid 
injury  and  (2)  not  become  a  missile  hazard  that  aggravates  or 
produces  additional  trauma  to  the  vehicle  occupants. 

The  main  portion  of  the  travel  restraint  system  consists  of  a 
specially  designed  piece  of  LEXAN  (polycarbonate  resin)  that 
acts  as  the  main  weight  bearing  strjcture.  The  choice  of  0.5 
inch  thick  LEXAN  for  the  base  material  was  made  as  a  result 
of  the  density  (1.2  g/ml),  high  strength  to  weight  ratio  and 
durability  (see  Table  1).  The  stress  analysis  showed  the 
assembly  could  easily  withstand  the  required  30  mph  (4000 
Ibf)  federal  crash  test  (see  Table  2).  A  four  point  Nylon 
harness  system  is  used  to  attach  the  passenger  into  the  seat  that 
parallels  the  design  of  most  infant  seats.  The  mechanical 
properties  (strength  and  density)  were  such  that  a  safety  factor 
of  three  was  obtained  (Table  2).  Two  straps  come  over  the 
rider's  head  and  connect  to  a  single  buckle  unit  on  the  hip 
belt.  This  arrangement  of  straps  is  designed  to  distribute  the 
retarding  forces  over  body  so  not  to  cause/  aggravate  injury  in 
sudden  decelerations.  Side  mounted  torso  support  straps 
connect  to  the  main  harness  assembly  by  loops  around  the 
upper  straps.  Details  of  all  padding  sub-assemblies  are  shown 
in  Figure  I.  The  system  cannot  cause  respiratory  impairment 
in  any  posture  or  position.  The  design  achieves  this  by  using 
a  method  of  restraint  that  avoids  constriction  of  the  diaphragm. 
The  straps  cross  the  shoulders  and  waist.  The  authors 
recommend  that  the  torso  straps  be  tightened  to  no  more  than 
the  width  of  two  fingers  from  the  chest  to  reduce  respiratory 
constriction. 

Two  1"  O.D.  stainless  steel  U-hooks  are  mounted  to  the  back 
plate  with  high  strength  3/8"  D  bolts  to  keep  the  top  of  the 
travel  restraint  from  rotating  forward  during  a  forward 
deceleration.  Stress  analysis  showed  that  the  maximum 
bending  stress  occurred  at  the  innemiost  fiber  where  the  U- 
hook  starts  to  curve  around  the  vehicle's  seat.  We  had 
originally  lixiked  at  a  steel  plate  for  this  purpose  but  the 
additional  strength  was  offset  by  a  large  increase  in  overall 
weight.  Softer  metals  such  as  aluminum  were  evaluated,  and 
though  were  favorable  in  density,  they  could  not  hold  the 
maximum  bending  moment. 


646 


RESNA  Internationar92  •  June  6-11,  1992 


ERIC 


637 


VEHICULAR  TRAVEL  RESTRAINT  SYSTEM 


A  quick  simple  release  is  incorporated  in  case  of  emergency. 
This  is  accomplished  by  the  attachment  of  all  harness  straps  to 
a  single  easily  released  buckle.  The  back  assembly  is  trimmed 
for  sharp  objects  and  projections  that  could  damage  the  vehicle 
seats.  All  edges  and  bolts  are  rounded  and  polished  and  the 
main  seat  belt  area  is  well  padded  to  prevent  injury  and  to 
prevent  lindue  wear  on  the  seat  belt  while  it  is  atuched  to  the 
device.  The  seat  belts  of  the  vehicle  (or  extra  strap  for  the 
bus)  attach  through  specially  designed  holes  in  the  lower 
portion  of  the  main  vertical  board. 

The  lack  of  significant  torso  control  is  the  major  deficit  of 
standard  restraint  systems.  Additional  concerns  and  health 
risks  of  the  multiply  challenged  are  equally  important  design 
considerations.    For  instance,  the  system  must  have  the 
capability  for  torso  support  without  causing  pressure  sores  or 
respiratory  difficulties.   A  provision  for  cervical  and  torso 
support  has  been  implemented  to  accomplish  this.  The  edges 
of  the  LEXAN  board  are  the  attachment  points  for  straps  that 
hold  special  side  support  bags  in  place.  The  overall  assembly 
is  a  stiff  back  section  padded  to  provide  maximum  comfort 
and  pressure  sore  avoidance.  All  pads  are  held  in  place  by 
multiple  two  inch  wide  velcro  strips.  The  torso  support  side 
pads  mentioned  earlier  are  fixed  in  position  by  the  same  velcro 
strips.   Additionally,  all  pads  are  tied  to  the  main  frame  to 
prevent  loss.  The  pad  covers  can  be  removed  for  laundering 
as  required.  The  internal  frame  of  the  torso  support  side  pad 
is  actually  a  one  quart  plastic  water  bottle  filled  with  cotton 
batting.   The  filled  bottle  was  then  wrapped  in  closed  cell 
foam.  When  the  torso  support  side  pads  are  properly  fixed  in 
position  (and  held  in  place  by  velcro),  the  torso  straps  run 
over  the  top  of  the  pads  and  to  the  shoulder  straps  of  the  four 
point  harness.   .\  moderate  but  not  constrictive  compressive 
force  is  then  imparted  sideways  to  the  torso  to  help  keep  it  in 
position.  In  the  event  of  a  side  impact,  the  pads  are  designed 
to  absorb  a  small  portion  of  the  impact  force  before  hluni 
trauma  occurs  to  the  rib  cage.  The  torso  support  straps  are 
not  weight  bearing  in  nature.  An  outward  force  is  placed  on 
the  main  vertical  strap  where  the  torso  strap  is  looped  over  to 
help  stabilize  the  passenger  in  position.  An  integral  padded 
head  rest/support  is  included  to  provide  the  patient  with  a 
comfortable  head  rest. 

The  design  of  this  system  is  intended  to  be  flexible  for  various 
environments.  This  device  will  be  u-sed  in  situations  where  the 
care  provider/driver  may  be  working  alone.  The  target  v/eighl 
of  the  complete  assembly  was  under  20  lbs.  Carefiil  selection 
of  materials  produced  an  overall  weight  of  16.5  Ihs.  Due  to 
the  rural  nature  of  the  intended  application,  the  system  must 
be  easily  repaired  on  site  with  commercially  available 
materials  and  rugged  enough  to  survive  daily  usage  without 
regular  maintenance.  The  matenals  chosen  will  ensure  a  long 
device  lifetime.  The  simplicity  of  design  (i.e.  few  working 
parts)  make  the  system  virtually  maintenance  free.  The  use  of 
three  different  vehicles  necessitates  the  flexibility  between 
vehicles  with  a  short  installation  and  removal  time.  The  U- 
hooks  have  been  designed  to  easily  fit  over  the  back  scat  all 
three  vehicles.  In  order  to  create  a  system  that  would  benefit 
a  wide  range  of  adults  and  children,  the  system  must  be 
adjustable  to  various  sized  passengers  without  major 
difficulties.  The  dimensions  of  the  system  can  accommodate 
passengers  up  to  72"  m  height  and  200  lbs  weight.  The  velcni 
attachment  strips  provide  the  capability  lor  inslnllatinn  dI 
custom  molded  seating  matenal.  While  the  goal  of  this  device 


is  restraint,  it  also  must  allow  for  some  freedom  of  movement 
for  the  individual.  The  harness  system  allows  movement  of 
the  arms  and  movement  of  the  head  is  also  possible.  In  the 
event  that  a  wandering  band  might  unlatch  the  buckle,  a  velcro 
strap  has  been  attached  that  will  cover  the  buckle. 

Durability  concerns  dictate  that  the  covering  material  should 
be  removable  and  machine  washable.  All  of  the  padding  has 
been  covered  with  an  automotive  corduroy  which  is  durable, 
easily  obtainable  commercially,  and  machine  washable.  The 
covers  have  been  constructed  with  velcro  flaps  which 
eliminates  the  need  for  zippers.  The  device  should  be  weather 
resistant  and  not  affected  by  water  or  mud.  The  LEXAN 
frame  is  easily  cleaiuble  with  water  and  the  strength 
characteristics  do  not  degrade  with  moisture.  There  is  the 
concern  of  prolonged  UV  light  exposure  which  is  offset  by 
simply  covering  the  frame  with  padding.  The  U-hooks  and  all 
of  the  buckles  are  constructed  of  suinless  steel  and  will  not 
corrode  under  normal  and  extended  operating  conditions. 

The  system  is  designed  to  interface  directly  with  the  installed 
vehicle  seat  belts  including  a  rear  seat  shoulder  belt.  In  the 
event  that  none  are  present,  an  additional  2  '  wide  nylon  strap 
with  a  4,000  lb  test  buckle  can  be  supplied.  The  extra  nylon 
strap  is  designed  to  wrap  around  the  base  of  the  seat  frame 
and  follow  the  same  path  of  the  seat  belt  in  the  sitting  area  of 
the  seat. 

Finally,  the  overall  strategy  is  to  provide  vehicular  restraint, 
but  in  a  manner  that  does  not  identify  the  user  as  "disabled." 
Color  schemes  were  cho.sen  that  are  aesthetically  pleasing. 
The  harness  system  itself  resembles  that  which  can  be  found 
in  the  cockpits  of  high  performance  aircraft  and  Indy  cars. 

Figure  1  shows  the  general  configuration  of  the  device  with 
actual  physical  dimensions  given  in  Figure  2.  It  has  been 
shown  that  a  vehicular  travel  restraint  system  can  be  designed 
that  is  simple,  safe  and  fiinctional,  adaptable  to  changing 
environments,  provides  medically  appropriate  support  and  still 
he  comfortable,  and  is  not  an  eyesore.  Issues  of  three  point 
bending  have  been  avoided  by  transmitting  harness  belt  and 
seat  belt  forces  through  the  same  axis;  while  the  U-hooks 
eliminate  the  need  for  any  structural  or  special  mixlification  of 
the  vehicle. 

DISCUSSION 

The  initial  development  of  this  device  is  complete  and  the 
target  unit  cost  is  less  than  $300.  The  next  logical  step  is  to 
locate  a  facility  to  perform  the  dynamic  part  of  the  impact 
simulation  as  required  by  Federal  law.'-'  Once  past  this  phase 
of  testing,  the  final  testing  phase  will  include  human  subjects 
riding  over  various  terrain  to  assess  toul  working  system 
operation  and  comfort.  The  future  development  of  this  device 
will  include  a  reduction  of  the  harness  weight  and  an 
adjustable  U-hook  frame.  The  latter  modification  is  designed 
to  broaden  the  range  of  vehicles  that  will  accept  the  device. 

The  restraint  system  may  be  used  by  the  disabled  and  the  non- 
disabled  by  simply  selecting  the  appropnate  back  pad 
as.sembly.  The  concept  of  standardizatioti  of  the  basic  device 
with  the  options  for  customized  sup|>ort  for  the  user  should 
assist  in  keeping  the  cost  per  unit  down. 
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Figure  1 .  General  Configuration  of 
Travel  Restraint  Sys.  (TRS) 
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Figure  2:  Physical  dimensions  of  (TRS) 
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INTRODUCTION  BACKGROUND 


The  Intelligent  Microwave  Oven  is  a  device 
that  will  simplify  and  automate  microwave 
cooking  for  individuals  with  cognitive  and 
physical  disabilities  who  have  safety 
problems  preparing  meals  over 
conventional  open  heat.  This  device 
makes  use  of  a  bar  code  and  optical 
scanner  to  identify  and  cook  specified 
foods  in  a  microwave  oven  for  given  times 
and  heat  levels.  Essentially  the  process  of 
multiple  key  entries  to  program  a 
conventional  microwave  oven  are 
eliminated.  An  initial  prototype  of  the 
device  has  been  constructed  by  interfacing 
an  off  the  shelf  microwave  oven  with  a 
hand  held  computer  and  bar  code  scanner. 
This  device  is  capable  of  reading  the  UPC 
code  on  the  food  package,  locating  the 
code  in  a  database,  and  associating  the 
code  with  a  set  of  cooking  instructions.  The 
cooking  instructions  are  then  sent  to  the 
microwave's  control  panel  to  cook  the  food. 

The  UPC  code,  used  with  this  design 
project,  is  a  twelve  digit  individual 
identification  number  that  is  assigned  by 
the  Uniform  Product  Code  Counsel  and 
placed  on  virtually  all  consumer  products 
sold  in  North  America^  The  first  six  digits  of 
the  code  identifies  the  company  and  the 
remaining  six  represent  the  company's 
product.  The  UPC  bar  code  was  developed 
by  the  grocery  industry  to  increase  speed 
and  efficiency  at  the  checkout  counter.  The 
code  itself  gives  no  immediate  information 
on  the  name  or  the  price  of  the  product.  To 
obtain  this  information,  the  code  has  to  be 
searched  and  matched  in  a  database^.  For 
this  reason  the  UPC  code  will  not  provide 
any  immediate  information  to  the 
microwave  oven  regarding  cooking 
instructions.  The  cooking  instructions  have 
to  be  retrieved  from  a  database  thus 
requiring  the  use  of  a  microcomputer  to 
construct  a  prototype  of  the  Intelligent 
Microwave  Oven. 


Safety  in  meal  preparation  is  of  ultimate 
concern  for  persons  with  disabilities 
including  those  associated  with  aging. 
Ovens  and  ranges  have  been  identified  as 
the  consumer  products  second  most 
involved  in  injuries  in  the  home 
environment  after  bathtubs  and  showerss. 
Inability  to  safely  prepare  ones  meals  in 
the  home  often  results  in  having  to  seek 
alternative  living  arrangements. 

A  microwave  oven  is  a  good  alternative 
means  of  safe  and  efficient  meal 
preparation  for  people  with  disabilities.  The 
chances  of  burning  oneself  is  greatly 
reduced  when  using  a  microwave  oven 
versus  a  conventional  range  or  stove. 
Microwave  cooking  also  reduces  the 
amount  of  energy  expended  by  the  person 
as  little  preparation  and  cleaning  up  is 
required  in  the  process. 

With  the  recent  advancements  in 
technology,  microwave  ovens  have 
become  multi-functional.  In  many  cases, 
the  multi-functions  of  the  appliance  have 
resulted  in  a  complex  control  panel  that 
requires  a  multitude  of  keyed  data  input  in 
order  to  perform  desired  functions.  It  would 
appear  that  the  complexity  of  programming 
a  microwave  would  only  hinder  its  use  by 
individuals  with  disabilities  and  the  general 
public.  This  is  noted  by  the  first  author  who 
in  his  work  with  people  in  the  elderly 
population  has  found  them  to  be 
overwhelmed  by  the  complex  steps 
involved  in  setting  the  controls.  It  would 
seem  that  success  in  teaching  a  person  to 
program  a  microwave  depends  largely  on 
the  person's  amount  of  familiarity  with  the 
device  in  the  past. 

The  control  panel  of  a  microwave  oven  is 
not  only  complex  but  also  difficult  to  read 
for  those  with  visual  impairments.  The 
symbols  and  characters  on  the  various 
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keys  are  often  small  and  placed  on  a 
poorly  contrasted  background.  Tactile 
discrimination  of  the  keys  is  often 
impossible  especially  when  the  control 
panel  is  a  flat  surface  with  no  ridges  or 
raised  surfaces  to  outline  them.  Individuals 
with  visual  impairments  also  might  be 
unable  to  read  the  cooking  instructions 
printed  on  a  food  package  as  it  is  often 
very  small.  At  the  same  time,  determining 
the  contents  of  a  food  package  is  difficult 
especially  if  different  foods  have  similar 
packaging. 

An  alternative  means  of  access  to  meals 
for  those  who  are  unable  to  prepare  them 
themselves  is  through  the  Meals  on 
Wheels  Program.  At  present  in  the  United 
States,  the  Meals  on  Wheels  program  is 
responsible  for  providing  over  350  million 
meals  to  people  annually*.  Reports  from 
the  National  Association  of  Meal  Programs, 
the  organization  that  represents  and 
advocates  the  Meals  on  Wheels  Program 
nationally,  indicate  the  demand  for  these 
services  can  only  increase  with  an  aging 
population  while  financial  resources 
decrease.  They  further  state  that  individual 
meals  programs  on  average  have  a 
waiting  list  of  80  candidates  in  need  of 
these  services  with  some  that  have  a 
waiting  list  as  high  as  300.  The  largest  cost 
involved  in  providing  this  service  is 
reported  to  be  the  transportation  of  a  hot 
meal  to  a  person's  home  on  a  daily  basis. 

The  use  of  a  microwave  oven  could  allow 
for  delivery  of  a  supply  of  frozen  meals  to  a 
person's  home  on  a  weekly  basis  thus 
reducing  delivery  cost  and  expanding 
service  availability  to  more  people.  This 
process  would  obviously  take  away  the 
daily  contact  one  receives  from  a  delivery 
person  however,  it  could  be  replaced  by 
more  quality  contact  provided  by  other 
organizations  such  as  the  local  church. 

From  this  background  information  and  the 
problems  described  above,  the  Intelligent 
Microwave  Oven  was  conceptualized  and 
a  prototype  was  built.  The  goal  of  the 
project  was  to  devise  a  device  that  would 
allow  for  easier  use  of  a  microwave  oven 
by  those  with  disabilities.  The  use  of  a 
UPC  bar  code,  optical  scanner,  and 
interface  would  allow  a  person  to 
automatically  set  the  microwave  oven.  Use 
of  bar  codes  to  control  a  microwave  oven 
has  been  attempted  in  the  past^^^,  however 


no  device  is  currently  available  on  the 
consumer  market.  An  added  feature  to  this 
design  will  incorporate  the  use  of  speech 
output  which  will  provide  information  about 
the  contents  of  a  food  package  as  well  as 
instruction  about  the  cooking  process  for 
individuals  with  visual  or  cognitive 
impairments. 

METHODS 

The  development  of  the  Intelligent 
Microwave  Oven  was  conducted  in  three 
stages.  These  development  stages 
involved  interfacing  the  PSION  Organiser  II 
with  the  microwave  control  panel, 
programming  the  PSION  Organiser  IP  to 
decode  UPC  bar  code  information  using 
the  Nippon  Denso^  hand  held  CCD 
scanner,  and  development  of  a  voice 
synthesis  board. 

To  complete  the  first  stage  of  the  project 
design,  the  development  of  an 
asynchronous  communication  control 
board  was  required  to  interface  the  PSION 
Organiser  11  with  the  microwave  control 
panel.  This  board  converted  an 
information  stream  from  the  PSION 
Organiser  II  into  a  series  of  control  signals, 
which  were  then  used  to  simulate  actual 
operation  of  the  microwave  control  panel. 
This  then  allowed  for  a  program  from  the 
PSION  Organiser  11  to  enter  a  series  of 
commands  on  the  control  panel. 

In  the  second  stage  of  the  project,  the 
Nippon  Dense  hand  held  CCD  scanner 
was  attached  to  the  PSION  Organiser  II 
and  used  to  read  UPC  bar  code 
information.  The  bar  code  information 
obtained  by  the  hand  held  scanner  was 
used  to  select  between  different  control 
programs  for  the  microwave  control  panel. 
In  this  way  cooking  recipes  could  be 
prepared  for  particular  products,  and  be 
identified  by  their  UPC  code. 

In  the  final  stage,  a  speech  processor 
board  was  designed  as  a  feedback  device 
for  the  visually  or  cognitively  impaired.  The 
design  of  this  device  required  a  thorough 
investigation  of  current  speech  synthesis 
technologies.  During  the  investigation  of 
different  speech  synthesis  technologies, 
several  prototype  speech  boards  were 
developed.  After  final  evaluation  of  the 
prototype  boards,  the  board  with  the  best 
sound  quality,  and  largest  vocabulary  was 
interfaced  to  the  PSION  Organiser  11. 
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Further  development  of  the  Intelligent 
Microwave  Oven  is  currently  under  way. 
Upon  completion  of  the  current  research 
the  PSION  Organiser  II  will  be  replaced 
with  a  custom  control  module,  and  an 
alternative  scanning  technology  will 
replace  the  Nippon  Denso  hand  held  CCD 
scanner. 

RESULTS 

An  initial  prototype  of  the  Intelligent 
Microwave  Oven  has  been  completed  and 
plans  for  field  testing  are  underway.  A 
second  prototype  will  be  developed  in  the 
near  future  that  will  eliminate  the  need  for 
the  PSION  Organiser  II  as  an  interfacing 
device  thus  reducing  costs.  Collaborations 
with  the  National  Association  of  Meal 
Programs  and  Results-Technology  are 
also  progressing  to  study  the  feasibility  of 
using  this  device  with  the  Meals  on  Wheels 
Program. 

SUMMARY 

Microwave  ovens  have  been  described  as 
a  safe  and  easy  alternative  means  of  meal 
preparation  for  people  with  disabilities. 
With  advancements  in  technology, 
microwave  ovens  have  become  multi- 
functional and  complex.  This  complexity 
has  in  many  cases  made  programming  the 
appliance  a  complicated  task.  The 
Intelligent  Microwave  Oven  has  been 
described  as  a  potential  design  solution  to 
solve  these  problems.  This  is  done  by 
automating  the  task  of  keyed  data  entry 
required  to  set  a  microwave  oven  to 
perform  any  given  function.  This  has  been 
demonstrated  through  the  design  of  a 
prototype  that  interfaces  a  microwavw  oven 
with  a  bar  code,  optical  scanner,  hand  held 
computer,  and  speech  output  device. 


Photo  1:  Working  Prototype  of  the  Intelligent 
Microwave  Oven  with  hand  held  scanner  and 
microcomputer. 
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